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PREFACE. 


The  work  of  Beard  and  Rockwell,  after  passing  through  eight  edi- 
tions, was  in  1896  thoroughly  revised  by  the  present  writer.  The  old 
stereotyped  plates  were  destroyed,  all  illustrations  newly  drawn,  and 
much  of  the  book  rewritten.  In  issuing  a new  edition,  no  less  pains 
has  been  taken  to  keep  the  work  fully  abreast  the  times.  Six  chapters 
have  been  added — in  which  are  discussed  with  sufficient  fullness,  it  is 
believed,  the  subjects  of  X-Ray  Diagnosis  and  Therapeutics,  the  Finsen 
Light,  Vibratory  Therapeutics  and  High  Frequency  Currents.  Several 
chapters  in  the  body  of  the  work  have  been  entirely  rewritten  and  numer- 
ous alterations  and  additions  made  throughout.  Some  of  the  old 
illustrations  have  been  omitted  and  fifty  new  ones  added. 

The  nutritional  influence  of  electricity  is  now  as  always  the  central 
idea  of  the  work.  This  idea  was  thus  enunciated  in  the  preface  to  the 
original  edition. 

I St.  Electrization,  besides  being  merely  a local  stimulant,  also 
exercises  an  influence  over  general  and  local  nutrition  at  once  unique 
and  unrivalled,  entitling  it  to  the  highest  rank  among  constitutional 
tonics. 


as  of  every  other  remedy,  constitutional  diseases  should  be  treated 
constitutionally. 

“3d.  That  the  best 'method  of  bringing  the  whole  system  under  the 
direct  influence  of  the  current  is  by  general  electrization  as  here  de- 
scribed; and  that  by  the  use  of  this  method  the  success  of  electro-ther- 
apeutics IS  materially  enhanced,  and  its  sphere  very  greatly  widened, 
include  a variety  of  frequent  and  distressing  constitutional 
morbid  conditions,  for  which  merely  localized  electrization  is  but  imper- 
fectly indicated.” 

General  faradization  and  central  galvanization,  then  for  the  first 
time  described,  were  the  only  methods  of  electrization  readily  at  com- 
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mand  for  the  production  of  these  nutritional  effects.  The  various  modi- 
fications of  static  electrification,  and  high-frequency  currents  are  simply 
later  modifications  of  electric  modalities  to  this  end ; and  the  same 
may  be  said  of  the  latest  and  most  wonderful  emanation  of  electric 
force,  the  X-Ray.  It  is  this  fundamental  idea  of  the  nutritional  effects 
of  electricity  upon  which  in  great  measure  must  be  based  its  utility 

in  medicine.  ’ 

A.  D.  ROCKWELL,  M.  D. 

25  East  44th  Street,  New  York. 

March  10,  1903. 
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ELECTRO-PHYSICS. 


CHAPTER  1. 

A KNOWLEDGE  OF  THE  PRINCIPLES  OF  ELECTRO-PHYSICS  NEC- 
ESSARY TO  THE  ELECTRO-THERAPEUTIST— DEFINITION  OF  ELEC- 
TRICITY-MAGNETISM. 

Electro-physics  is  the  science  which  treats  of  electricity  in  its  physi- 
cal relations. 

No  one  can  be  a master  in  electro-therapeutics  without  also  being  a 
master  in  electro-physics.  Hence  it  becomes  necessary,  in  a systematic 
treatise  on  electro-therapeutics,  to  present  the  leading  principles  of  elec- 
tro-physics, and  to  point  out  their  practical  bearings  both  on  electro-physi- 
ology and  electro-therapeutics.  This  necessity  is  all  the  greater  because 
electro-physics  is  the  branch  of  electrology  that  electro-therapeutists  are 
most  of  all  disposed  to  neglect;  and  ignorance  of  this  department  has  re- 
tarded, and  still  retards,  the  scientific  advance  of  electro-therapeutics,  both 
medical  and  surgical.  It  is  possible  to  make  happy  hits  in  electro-thera- 
peutics without  knowing  anything  of  electro-physics  or  electro-physiol- 
ogy; but  on  the  average,  and  in  the  long  run,  the  best  results  will  be  ob- 
tained by  those  who  to  purely  practical  knowledge  add  a thorough  mastery 
of  the  scientific  relations  of  the  subject. 

Why  Discussed  in  a Practical  Preattse  L,ike  Phis. — The  necessity  of  pre- 
senting the  leading  principles  of  electro-physics  in  a practical  treatise  like 
this  is  the  more  imperative  from  the  fact  that,  until  quite  recently  at  least, 
all,  or  nearly  all,  the  text-books  on  physics  in  use  in  schools  and  colleges 
have  failed  to  represent  the  advanced  researches  and  generalizations  of 
modern  scientists  in  the  department  of  electricity. 

To  this  should  be  added  the  consideration  that  any  science,  however 
well  acquired,  if  it  be  not  kept  before  the  mind  by  teaching  or  writing 
or  by  practical  application,  soon  fades  from  the  memory,  or  becomes  a 
mass  of  half-truths  and  uncertainties.  We  are  therefore  justified  in  as- 
suming that  not  one  in  a hundred  of  those  who  will  consult  this  book  as  a 
guide  in  electro-therapeutics  will  be  so  thoroughly  and  accurately  informed 
on  the  principles  of  electro-physics  as  not  to  need,  on  this  subject,  some 
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compact  treatise  which  shall  serve  as  a guide  and  reminder  of  the  leading 
facts  and  principles  of  the  science.  To  supply  this  need  is  the  object  of 
this  division  of  our  treatise. 


NATURE  AND  DEFINITION  OF  ELECTRICITY. 

Electricity  is  now  regarded  as  a force  correlated  to  the  other  great 
forces  of  nature— heat,  light,  etc.— and,  like  them,  is  simply  a mode  of 
motion — a form  of  vibration. 

Although  the  precise  nature  of  these  vibrations  have  not  yet  been 
mathematically  demonstrated,  as  in  the  case  of  light  and  heat,  yet  the  the- 
ory that  the  phenomena  of  electricity  are  the  result  of  vibrations  has  much 
in  its  favor,  and  it  is  by  no  means  impossible  that  in  the  future  the  nature 

of  these  vibrations  will  be  well  understood. 

In  the  present  treatise,  as  in  all  works  on  physics,  various  terms,  as 
« current,”  “ flows,”  “ runs,”  etc.,  that  took  their  origin  when  the  fluid  die- 
ory  prevailed,  are  retained  for  the  sake  of  convenience  of  description. 
With  this  understanding  there  is  no  objection  to  their  use. 

Electricity  is  manifested  in  three  general  forms:  Magnetism;  static  or 
frictional  or  franklinic  electricity;  and  galvanic  or  voltaic  electricity. 


MAGNETISM. 

Mametism.—lT^  order  to  understand  electricity  in  general  it  is  neces- 
sary to  understand  magnetism,  which  is  one  of  its  manifestations.  Mag- 
netism, defined  by  its  phenomena,  is  the  polar  effect  which  certain  bodies 
possess  of  attracting  iron.  The  bodies  which  are  observed  to  have  this 
power  are  called  magnets,  and  are  divided  into  two  classes— natural  a 
artificial.  Natural  magnets  consist  of  iron  ore  or  loadstone.  Loadstone 
was  first  discovered  in  Magnesia,  in  Asia  Minor,  and  hence  the 
net  was  derived.  The  compass  was  introduced  into  Europe  in  the  twe 
century;  but  the  Chinese  are  said  to  have  been  acquainted  with  it  in 

'°“trtifid7magnets  are  usually  made  of  steel  that  has  been  magnetized 
bv  the  galvanic  current  or  by  other  magnets.  Steel  bars  that  have  been 
tos  magnetized  may  be  either  straight  or  bent.  For  conven.ence  sake, 

thev  are  usually  bent  in  the  form  of  a horseshoe. 

^All  substanLs  are  more  or  less  susceptible  to  magnetic  influence  bu 
• n is  more  affected  by  it  than  others.  Experiments  illustrative  of  the 
Tots  aJpo"  arLcial  magnets  are  so  familiar  that  they  need  not 

‘diet  irsuspended  thaUrl "truntapeded  in  any  direction,  one  end 
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points  to  the  north  and  the  other  to  the  south.  If  the  magnet  be  disturbed 
in  any  way,  and  forced  temporarily  out  of  position,  it  at  once  and  uni- 
formly returns. 

Polarity  is  a quality  that  belongs  not  only  to  magnetism,  but  also  to 
other  fonns  of  electricity,  and  to  light  and  the  other  great  forces. 

The  poles  of  a magnet  are  always  at  its  ends,  for  here  the  attractive 
power  is  greatest.  This  can  be  demonstrated  by  a very  simple  experi- 
ment. If  a magnetic  bar  be  rolled  in  a pile  of  iron  filings,  it  will  be 
found  that  these  adhere  to  the  bar  most  firmly  and  in  the  greatest  quan- 
tity at  or  near  its  poles.  The  quantity  that  adheres  is  less  as  we  approach 
the  middle  of  the  bar. 

Neutral  Li?ie. — In  long  bars  there  is  always  a place  at  the  middle,  or 
near  to  it,  where  no  filings  are  attracted.  This  space  is  variously  termed 
the  neutral  or  magnetic  zone,  or  magnetic  equator,  or  point  of  indiffer- 
ence. 

Another  familiar  experiment  is  to  pass  an  iron  ball,  suspended  by  a 
string  or  thread,  near  to  a magnet  from  end  to  end.  It  is  observed  that 


Fig.  I. 


the  ball  is  attracted  very  little,  or  not  at  all,  in  the  middle,  but  that  the 
attractive  power  is  increased  as  we  bring  it  toward  either  end.  If  any 
substance  be  placed  between  the  ball  and  the  magnet,  the  attraction  is  just 
as  marked,  unless  the  interposed  substance  itself  contains  iron.  Nearly 
all  substances  that  are  not  themselves  magnetic  are  capable  of  transmit- 
ting the  magnetic  influence. 

Another  feature  of  magnetic  polarity  is  that  like  poles  repel,  and  un- 
like poles  attract,  each  other.  If  one  magnetic  bar  be  suspended  freely  in 
the  air,  and  another  be  brought  near  to  it,  it  will  be  found  that  the  north 
pole  of  one  is  attracted  by  the  south  pole  of  the  other,  and  vice  versa — in 
short,  that  the  like  poles  repel,  while  the  unlike  attract. 

Magnetism  of  Broketi  Magnets. — If  a bar  that  has  been  magnetized  be 
broken  in  the  middle,  each  half  will  have  two  poles  and  a neutral  point  in 
the  centre.  If  one  of  these  halves  is  broken  in  the  middle,  each  half  will 
be  found  to  have  two  poles  and  a neutral  line.  If  one  of  these  parts  in 
turn  be  broken,  each  half  will  again  be  found  to  be  a complete  magnet, 
with  two  poles  and  a neutral  line,  and  so  on  as  long  as  we  can  carry  the 
division. 

Coulomb's  Theory  of  Magnetism. — A theory  of  magnetism  advanced  by 
Coulomb  is,  that  magnetic  substances  consist  of  particles,  each  one  of 
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which  is  a magnet.  These  particles  have  their  poles  turned  in  different 
directions,  so  as  to  neutralize  each  other. 

Magnetization  brings  these  particles  round  so  that  they  lie  in  the  same 
direction.  This  theory  brings  magnetism  very  close  to  static  electricity, 
and  would  naturally  be  adopted  by  those  who  believe  all  magnetic  phe- 
nomena result  from  electricity  in  magnetic  bodies. 

Between  the  behavior  of  electricity  in  animal  bodies  (animal  electric- 
ity), electricity  in  general  (static  and  dynamic  electricity),  to  be  sub- 
sequently explained,  and  magnetism  as  here  explained,  there  are  analogies 
so  close  and  so  consistent  as  to  warrant  the  view  that  all  are  but  different 
manifestations  of  one  force. 

Magnetic  Induction. — If  a bar  of  soft  iron  is  brought  in  contact  with  or 
near  to  one  of  the  poles  of  a magnet,  it  is  attracted,  and  for  the  time  being 
becomes  itself  magnetic;  and  if  it  is  brought  near  enough  to  the  magnet, 
it  firmly  adheres  to  it.  A bar  of  soft  iron  thus  obtains  by  induction  all 


r\ 


Fig.  a. 


Pig.  3. 


the  properties  of  an  ordinary  magnet.  It  has  a north  and  south  pole.  It 
attracts  iron  filings  around  these  poles,  just  like  the  regular  magnet.  If 
another  piece  of  soft  iron  is  brought  in  contact  with  or  near  to  its  poles, 
it  is  attracted  and  made  to  adhere,  just  as  it  would  do  if  applied  to  an  or 
dinary  magnet.  Quite  a number  of  bars  of  soft  iron  (Fig.  3)  may  be  made 
to  adhere  in  the  same  way.  But  when  this  bar,  thus  made  magnetic,^  is 
forcibly  removed  from  the  permanent  magnet  to  which  it  adheres,  it  in- 
stantaneously loses  all  its  magnetic  power,  and  the  iron  filings  or  pieces 
of  soft  iron  that  have  been  attracted  by  it  at  once  drop  off.  Such  a mag- 
net is  therefore  styled  “temporary,”  in  contradistinction  to  the  permanent 

magnets  of  steel,  1 

If  a bar  of  steel  is  brought  near  to,  or  in  contact  with,  a magnet,  it  also 

becomes  magnetic,  and  exhibits  very  different  phenomena  from  the  bar  of 
soft  iron.  In  the  first  place  it  becomes  magnetic  much  more  slowly  than 


SHAPE  OF  MAGNETS. 


5 


the  bar  of  soft  iron,  and  displays  less  magnetic  power.  On  the  other  hand 
it  does  not,  like  the  soft  iron  bar,  lose  its  attractive  -^ower  as  soon  as  it  is 
removed  from  the  magnet,  but  permanently  retains  it. 

The  quality  of  steel  by  which  it  at  first  resists  the  attractive  power  of 
magnets,  and  resists  the  dispersion  of  the  magnetism  which  it  has  once 
acquired,  is  called  coercitive  force. 

The  same  phenomena  are  observed  in  regard  to  heat.  Some  bodies 
that  are  quick  to  acquire  heat  are  quick  to  part  with  it;  and  vice  versa, 
those  bodies  which,  like  iron,  steel,  and  so  forth,  acquire  heat  gradually, 
also  part  with  it  slowly. 

It  is  by  virtue  of  its  coercitive  force  that  loadstone  permanently  re- 
tains its  magnetism. 

The  harder  any  steel  is  the  greater  its  coercitive  force.  Steel  that  is 
soft  has  comparatively  little  coercitiveness,  and  when  brought  near  to,  or 
in  contact  with  a magnet,  it  behaves  very  much  like  soft  iron.  Very  hard 
steel,  on  the  contrary,  has  so  great  coercitiveness  that  it  is  only  attracted 
by  very  powerful  magnets. 

Soft  iron,  when  adulterated  with  sulphur,  phosphorus,  arsenic,  or  char- 
coal, or  if  it  is  even  twisted  or  bent,  may  exhibit  a slight  degree  of  coer- 
citive force.  Soft  iron  that  is  perfectly  pure  possesses  no  coercitive  force 
whatever. 

The  law  of  the  distribution  of  magnetism  in  a bar  of  iron,  and  the  law 
of  magnetic  attraction  and  repulsion  were  discovered  by  Coulomb  in  1789. 

Shape  of  Magnets— Magnetic  Ar77iatures.- — -Artificial  magnets  are  either 
composed  of  straight  bars  or  are  bent  in  the  shape  of  a horseshoe.  The 
horseshoe  form  is  used  mainly  for  the  sake  of  convenience.  It  enables  us 
to  apply  both  poles  simultaneously  and  uniformly  to  the  object  that  is  to 
be  magnetized.  Very  powerful  magnets  maybe  made  of  a number  of  thin 
steel  bars  placed  side  by  side,  their  poles  being  situated  homonymously, 
that  is,  lying  in  the  same  direction.  A number  of  bundles  of  bars  of  steel 
arranged  in  this  way  is  called  a compound  magnet  or  laminated  magnet. 

Magnetic  armatures  (A,  B,  Fig.  4)  are  pieces  of  soft  iron  that  are 


Fig.  4. 


placed  at  the  ends  of  magnets  to  keep  their  magnetic  power.  This  bar, 
or  armature,  not  only  receives  magnetism  from  the  magnet,  but  acts  upon 
it  in  return,  and  thus  helps  to  preserve  its  magnetic  power.  Magnets  that 
are  not  provided  with  an  armature  gradually  lose  their  attractive  power  by 
the  disturbing  influence  of  the  magnetism  of  the  earth.  The  magnetic 
power  of  magnets  is  apt  to  be  impaired  by  letting  them  fall  on  a hard  sur- 
face, or  by  suddenly  striking  them  with  a solid  body. 
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Magnetizatiofi. — It  is  possible  to  communicate  magnetism  to  bodies 
that  can  retain  it  in  several  different  ways : 

1.  By  Svigle  Touch. — The  bar  which  we  wish  to  magnetize  is  laid  on 
a table,  and  the  pole  of  a magnet  is  rubbed  along  its  surface  from  end  to 
end  for  a number  of  times. 

2.  By  Double  Touch. — The  bar  that  is  to  be  magnetized  is  placed  on 
a piece  of  wood,  the  ends  of  which  are  placed  against  two  strong  magnets. 
Two  magnets  for  rubbing  are  placed  on  the  bar  to  be  magnetized,  making 
an  angle  with  the  bar  of  from  15°  to  20°.  A small  piece  of  wood  is  placed 
between  the  extremities  of  these  two  magnets,  to  prevent  their  touching. 
They  are  then  rubbed  along  the  bar  that  is  to  be  magnetized,  from  the 
middle  toward  the  end  and  back  again,  and  raised  from  the  magnetized 
bar  again  at  the  middle.  This  method  communicates  a strong  though 
sometimes  irregular  magnetism;  it  was  invented  by  Mitchell,  and  per- 
fected by  Epinus  in  1758. 

3.  By  Separate  Touch. — This  method  consists  in  putting  two  opposite 
poles  of  two  magnets  of  the  same  force  in  the  middle  of  the  bar  that  is  to 
be  magnetized,  and  moving  each  of  them  at  the  same  time  toward  the  op- 
posite end  of  tlie  bar.  This  operation  is  repeated  several  times  on  both 
sides  until  the  bar  is  magnetized. 

The  magnets  may  be  held  vertically  or  may  be  inclined. 

The  vertical  method  was  first  used  by  Knight  in  1745. 

4.  By  the  Galvanic  Current. — The  bar  to  be  magnetized  is  placed  in- 
side a coil  of  insulated  wire  through  which  a galvanic  current  is  con- 
ducted, and  is  then  moved  backward  and  forward,  as  in  the  method  by  the 
double  touch. 

5.  By  the  Earth. — It  is  clear  that  the  earth  is  itself  a magnet,  for  it 
manifests  strong  inductive  power.  A steel  rod  becomes  permanently 
magnetic  when  it  is  held  parallel  to  a dipping-needle.  If  a bar  of  soft 
iron  is  held  in  the  same  position  it  also  becomes  magnetic,  and  much  more 
rapidly  than  the  steel  bar,  but  does  not  so  long  retain  its  magnetism.  If 
a soft  iron  bar,  held  in  this  position,  is  struck  a few  times  by  a hammer, 
its  magnetism,  which  was  before  temporary,  becomes  permanent.  The 
blows  of  the  hammer  seem  to  impart  in  some  mysterious  way  a coercitive 
force  to  the  temporary  magnet. 

Large  masses  of  iron,  when  kept  in  a stationary  position  for  any  length 
of  time,  always  give  proofs  of  having  been  magnetized  by  the  earth. 
Tools  in  workshops  are  apt  to  become  permanently  magnetic  from  the  re- 
peated hammering  to  which  they  are  subjected.  The  magnetism  of  the 
loadstone  is  due  to  the  silent  but  continuous  inductive  action  of  the  earth.* 

Saturation  Point  of  Magnetism. — The  limit  of  the  amount  of  magnet- 
ism that  a magnet  can  permanently  retain  is  called  the  point  of  satura- 

*On  this  subject  we  may  refer  to  the  able  pamphlet  of  Professor  Mayer  on  " The 
Earth  a Great  Magnet.” 
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tion.  If  any  magnet  receives  more  of  magnetism  than  it  can  permanently 
retain,  it  gradually  loses  it  or  throws  it  off  until  it  falls  to  the  point  of 
saturation,  when  it  ceases  to  lose  any  more.  The  saturative  point  of  any 
magnet  depends  on  its  temper  and  coercitive  force. 

Magnetism  is  very  markedly  influenced  by  temperature.  When  a 
magnet  is  heated  it  loses  its  magnetic  power  in  proportion  as  its  tempera- 
ture rises ; when  it  cools  it  regains  more  or  less  of  what  it  has  lost. 


CHAPTER  II. 


FRICTIONAL,  OR  STATIC,  OR  FRANKLINIC  ELECTRICITY. 

When  glass  is  rubbed  with  silk  it  acquires  the  power  of  attracting  any 
light  substance,  such  as  a pith-ball.  By  a short  contact  this  property  is 
also  communicated  to  the  pith-ball,  and  it  then  repels  the  glass  instead  of 
being  attracted. 

These  phenomena  are  explained  by  the  existence  of  a force  which  is 
termed  electricity.  It  was  at  one  time  believed  that  all  friction  of  glass 
with  other  bodies  produced  vitreous  or  positive  electricity,  and  all  resinous 
substances  resinous  or  negative  electricity.  This  we  know  to  be  an  er- 
ror. Thus  resins  excited  with  cotton,  flannel,  or  silk  are  negatively 
charged;  wliile  excited  with  sulphur  or  gun-cotton  are  positively  charged. 
The  conditions  thus  depend  not  only  on  the  character  of  the  body  rubbed, 
but  upon  the  material  with  which  it  is  excited. 

'I'he  name  electricity  is  derived  from  the  Greek  word  ijXsxTpov,  mean- 
ing amber,  because,  as  the  story  goes,  Thales  of  Miletus,  one  of  the  seven 
sages  of  Greece,  first  discovered  the  manifestations  of  this  mysterious 
force  by  rubbing  a piece  of  amber  with  a dry  cloth. 

The  science  of  electricity  dates  from  1600,  when  Dr.  Gilbert,  of  Col- 
chester, physician  to  Queen  Elizabeth,  published  a work  on  magnetism, 
entitled  “ Tractates  de  Magnete.”  He  first  used  the  word  electricity.  He 
showed  that  not  only  amber,  but  other  bodies,  as  sulphur,  wax,  etc.,  de- 
velop electricity.  He  first  used  the  term  poles  in  magnetism,  and  an- 
nounced the  first  theory  of  terrestrial  magnetism.  Not  only  sealing-wax 
and  glas.s,  but  all  bodies  contain  more  or  less  of  electricity  that  may  be 
thus  developed  by  some  kind  of  friction. 

Conductors  and  Non-Conductors. — All  bodies  are  electrically  divided 
into  three  classes:  Conductors,  semi-conductors,  and  non-conductors. 

Under  the  first  class — conductors — are  included  water  and  all  saline  solu- 
tions, the  metals,  the  earths  and  stones,  the  structures  of  plants  and  ani- 
mals, etc.,  etc.  Under  the  second  class — semi-conductors — are  included 
ether,  alcohol,  dry  wood,  marble,  paper,  straw,  etc.,  at  32°  F.  Under  the 
third  class — non-conductors,  or  insulators — are  included  glass,  sealing- 
wax,  porcelains,  resins,  sulphur,  wax,  dry  metallic  oxides,  fatty  oils,  etc., 
at  —13°  F. ; phosphorus,  india-rubber,  gutta-percha,  collodion,  wool,  dry 
hair,  silk,  shellac,  ebonite,  amber,  feathers,  chalk,  lime,  dry  gases,  and 
aqueous  vapor  in  a dry  state. 
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The  conducting  power  of  metals  may  be  lessened  by  heating  them.  In 
nearly  all  other  substances  heat  increases  the  conducting  power.  Certain 
substances,  such  as  feathers,  wool,  hair,  and  the  atmosphere,  which  in  a dry 
state  are  non-conductors,  become  conductors  when  thoroughly  moistened. 

In  this  classification  of  all  substances  into  conductors,  semi-conductors, 
and  non-conductors,  reference  is  had  only  to  frictional  electricity.  Sub- 
stances that  are  good  conductors  for  frictional  electricity  are  non-conduc- 
tors for  voltaic  electricity. 

Frictional  electricity  may  be  obtained  not  only  by  rubbing,  but  also 
by  cleavage  and  pressure.  When  a piece  of  mica  is  cleaved,  the  two 
plates  which  are  separated  exhibit  opposite  electricities,  and  a faint  light 
is  observed  when  the  cleavage  is  made  in  the  dark.  The  light  that  is  seen 
when  sugar-candy  or  loaf-sugar  is  broken  is  accounted  for  by  the  develop- 
ment of  electricity  through  cleavage. 

When  a thin  piece  of  cork  is  pressed  against  a slice  of  orange,  by 
insulating  handles,  one  assumes  a positive  and  the  other  a negative  elec- 
tricity. The  same  phenomena  may  be  obtained  by  cleavage  and  pressure 
of  very  many  other  substances,  and  under  diverse  conditions. 

A conductor  is  said  to  be  insulated  when  it  is  placed  on  some  non-con- 
ducting substance,  so  that  the  electricity  communicated  to  it  is  prevented 
from  passing  into  the  ground.  Glass  is  one  of  the  best  non-conductors, 
and  is  the  insulating  material  usually  employed  in  the  construction  of 
electrical  apparatus.  It  is  hard,  durable,  and  easily  obtained,  and,  could 
its  surface  be  kept  always  dry,  would  be  surpassed  as  an  insulator  by  no 
material.  In  frosty  and  dry  weather  it  acts  very  well;  but  when  the  at- 
mosphere is  at  all  damp,  it  becomes  coated  with  a layer  of  moisture,  which 
very  much  impairs  its  insulating  power. 

A much  superior  insulator  to  glass  is  ebonite,  a preparation  of  vulcan- 
ized india-rubber  that  of  late  has  been  much  used. 

Electric  Field. — If  two  surfaces  oppositely  charged  are  placed  near  one 
another  they  tend  to  move  together,  and  the  intervening  space  is  thrown 
into  a peculiar  state  of  stress,  as  though  the  medium  in  between  had  been 
stretched.  Invisible  lines  of  electric  force  traverse  the  space  between  the 
positively  and  negatively  electrified  surfaces,  and  this  space  so  filled  with 
electric  lines  is  called  an  electric  field. 

Discovery  of  Electric  Conduction. — Electric  conduction  was  discovered 
by  .Stephen  Grey  in  1729.  He  found  that  when  a wire  700  feet  long, 
and  hung  on  loops  of  silk,  was  connected  at  one  end  with  a glass  tube, 
and  the  tube  was  rubbed,  the  other  end  of  the  wire  was  electrified  and 
attracted  light  bodies.  When  wire  loops  were  substituted  for  the  silk 
loops,  the  electricity  passed  off  through  the  wire.  Hence  originated  the 
distinction  between  insulators  and  conductors. 

Loss  of  Electricity. — All  electrified  bodies  lose  electricity  more  or  less, 
ho\\ever  carefully  they  may  be  insulated.  There  are  two  reasons  for  this: 
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First.  No  insulators  are  perfect.  The  best  insulators,  as  glass  and 
rubber,  conduct  somewhat. 

Secondly.  The  air  is  a conductor;  its  conductive  capacity  depends 
upon  the  amount  of  moisture  in  it. 

In  vacuo,  also,  electrified  bodies  lose  their  electricity  more  rapidly 
than  in  air,  on  account  of  the  diminution  of  the  pressure  on  the  insulating 
surface. 

The  human  body,  as  will  be  shown  under  Electro-Physiology,  is  charged 
with  electricity,  which  is  conducted  away  by  the  air,  and  not  unlikely  by 
other  conductors. 

Static  Infltmice. — An  insulated  conductor,  when  charged  with  either 
positive  or  negative  electricity,  acts  on  bodies  placed  near  to  it  just  as  the 
magnet  acts  on  soft  iron ; it  attracts  the  opposite  and 
repels  the  same  kind  of  electricity.  This  may  be  shown 
in  the  following  manner:  A brass  cylinder  (Fig.  5), 
rounded  at  either  extremity,  is  insulated  by  means  of 
a glass  rod.  Two  pith-balls  are  suspended  by  cotton 
tliread  from  each  end.  If  an  insulated  ball  charged 
with  positive  electricity  be  brought  in  close  proxim- 
ity to  the  brass  cylinder,  the  pith-balls  will  diverge, 
showing  a disturbance  of  the  electric  equilibrium 
in  the  cylinder.  So  soon  as  the  charged  ball  is  withdrawn,  the  pith- 
balls  hang  down  as  before,  showing  that  the  electric  disturbance  in  the 
cylinder  depended  on  the  presence  of  the  charged  ball,  and  was  merely 
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temporary. 

If  a small  disk  of  insulated  gilt  paper  be  brought  in  contact  with  the 
end  of  the  cylinder  next  the  charged  ball,  and  then  approached  toward  an 
electrometer,  the  needle  will  indicate  that  the  disk  has  received  elec- 
tricity. 

If  the  experiment  be  tried  with  the  opposite  end,  -f-  electricity  will  be 
transmitted  to  the  gilt  disk. 

It  is  thus  seen  that  + electricity  of  the  charged  ball  causes  the  near 
end  of  the  cylinder  to  assume  a — condition;  while,  according  to  a uni- 
versal law,  that  no  — electricity  can  be  excited  without  an  equal  amount 
of  positive  electricity,  the  opposite  extremity  becomes  +.  The  phenom- 
enon thus  described  is  called  influence;  and  while  in  this  peculiar  elec- 
tric condition  the  cylinder  is  said  to  be  polarized. 

Influence  and  Conduction  Compared. — We  have  seen  that  a body  may 
be  charged  with  electricity  both  by  conduction — actual  contact  and  by 
influence  at  a distance.  In  conduction  the  first  body  loses  a part  of  its 
electricity;  in  influence  it  does  not.  In  conduction  the  electricity  given 

to  the  body  is  the  same  as  that  which  gives  it;  in  influence  it  is  of  the 
opposite  kind.  In  order  to  impart  electricity  by  conduction  the  body 
must  be  insulated;  to  impart  electricity  by  influence,  the  body  must  e 
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for  the  time  in  connection  with  the  earth.  Bad  conductors  are  acted  on 
by  influence  slowly,  but  retain  their  electricity  longer;  just  as  steel,  which 
is  slowly  magnetized,  becomes  a permanent  magnet,  while  soft  iron,  which 
is  rapidly  magnetized,  soon  loses  its  magnetism.  There  is  a limit  to  the 
conductive  capacity  of  every  electrified  body;  when  this  limit  is  reached, 
it  ceases  to  have  any  effect  on  the  second  body. 

Distribution  of  Electricity. — It  is  evident  that  the  greater  the  surface 
over  which  electricity  is  diffused  the  less  is  its  power  or  intensity  at  any 
given  point. 

Electricity  does  not  penetrate  to  the  interior  of  metallic  conductors, 
but  diffuses  itself  over  the  surface. 

Biot’s  experiment  proves  this.  Let  a copper  ball  be  charged  with  elec- 
tricity and  suspended  by  a silk  thread,  and  then  covered  with  two  hemi- 
spherical surfaces  of  brass  which 
exactly  fit  it.  When  the  hemi- 
spheres are  withdrawn,  it  will  be 
found  that  they  are  charged  with 
electricity,  which  has  been  entire- 
ly taken  from  the  brass  ball. 

Faraday  illustrated  this  truth 
by  a beautiful  and  original  ex- 
periment w'ith  a conical  bag  of  cot- 
ton gauze,  around  the  opening  of 
which  an  insulated  ring  Avas  at- 
tached. The  bag  w'as  held  distended  by  means  of  a silk  thread  attached 
to  the  apex,  and  then  charged.  By  the  proof-plane  he  found  that  the 
charge  was  wholly  on  the  outside.  The  bag  was  then  turned  inside  out  by 
pulling  the  thread  the  other  way,  when  it  was  found  that  the  electricity  had 
changed  sides  and  lay  wholly  on  the  outside. 

Density. — The  quantity  of  electricity  on  a given  surface  at  any  moment 
is  called  electric  density,  or  thickness. 

The  shape  of  a body  has  an  influence  in  the  distribution  of  electricity 
over  it. 

In  an  ellipsoid,  for  example,  the  density  is  greatest  at  the  small  end 
and  least  at  the  middle  space. 

On  an  insulated  cylinder,  with  the  two  hemispheres  at  the  ends,  the 
density  of  the  electricity  is  greatest  at  the  ends.  On  a circular  disk,  the 
density  is  greatest  at  the  edges.  The  tendency  is  for  electricity  to  accu- 
mulate at  points.  On  a sphere  the  density  is  uniform ; the  further  removed 
a body  is  from  a sphere  the  more  irregular  the  distribution. 

In  all  pointed  rods  the  electricity  accumulates  at  the  pointed  extremi- 
ties; hence  lightning  rods  are  made  to  terminate  at  sharp  points.  In 
electro-physiology  and  electro-therapeutics  it  is  found  that  small,  pointed 
electrodes  cause  much  more  pain,  the  strength  of  the  current  being  the 
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same,  than  large,  broad  electrodes.  Hence,  except  in  those  cases  where 
it  is  desired  to  confine  the  action  of  the  current  to  a very  limited  surface, 
electrodes  of  pretty  good  surface  are  desirable. 

Electrophorus. — The  electrophorus,  invented  by  Volta  in  1775,  consists 
of  a metallic  mould,  filled  with  a mixture  of  shellac  and  turpentine,  and 
a movable  metallic  cover  that  is  provided  with  a glass  handle.  The  sur- 
face of  the  shellac  is  negatively  electrified  by  beating  it  with  a cat’s  fur  or 
fox -tail.  The  cover  is  then  put  on,  and  by  contact  becomes  negatively 
electrified,  and  gives  to  the  finger  a slight  spark  of  negative  electricity. 
If  the  cover  be  now  removed  by  its  insulating  handle,  it  gives  positive 
electricity  to  w'hatever  touches  it.  This  positive  electricity  it  acquires  not 
directly  from  the  shellac,  but  by  inductive  action  through  the  air. 


Fig.  7. 


Electric  Machmcs.—T\\\s  term  is  exceedingly  vague.  It  is  applied  to 
any  and  all  forms  of  electrical  apparatus.  The  first  electric  machine  was 
made  in  1672,  by  Otto  von  Guericke,  of  Magdeburg.*  It  consisted  of  a 
globe  of  sulphur,  turned  on  its  axis  by  one  hand  and  pressed  against  the 
other  hand.  Afterward  a glass  cylinder  was  used  instead  of  sulphur. 

In  1740  Winckler  substituted  cushions  of  horsehair  as  rubbers.  In 
1760  Ramsden  substituted  a circular  glass  plate  for  the  glass  cylinder. 
The  forms  of  electric  machines  now  used  are  modifications  of  Ramsden’s. 
This  is  one  of  the  forms  of  apparatus  from  which  we  obtain  static  elec- 
tricity. Fig.  8 represents  the  common  cylinder  electric  machine,  for  de- 
veloping electricity  by  friction. 

Jnjl7mice  Machmes.— These  machines  differ  from  that  just  described  in 
that  they  depend  upon  the  principle  of  influence  and  the  principle  of  re- 
ciprocal accumulation.  Let  there  be  two  insulated  conductors  {A  and  B, 
Fig.  9),  electrified  ever  so  little,  one  positively,  the  other  negatively.  Let 
a third  insulated  conductor  (C),  which  will  be  called  a carrier,  be  arranged 


* “ Experimenta  Nova,”  Magcleburgica. 
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to  move  so  that  it  first  approaches  A and  then  B,  and  so  forth.  If  touched 
while  under  the  influence  of  the  small  positive  charge  on  A,  it  will  acquire 
a small  negative  charge.  Suppose  that  it  then  moves  on  and  gives  this 
negative  charge  to  B,  Then  let  it  be  touched  while  under  the  influence  of 


B,  so  acquiring  a small  positive  charge.  When  it  returns  toward  A,  let 
it  give  up  this  positive  charge  to  A,  thereby  increasing  its  positive  charge. 
Then  A will  act  more  powerfully,  and  on  repeating  the  former  operations, 
both  B and  A will  become  more  highly  charged.  Each  accumulates  the 


charges  derived  by  influence  from  the  other.  This  is  the  fundamental 
action  of  the  machines  in  question.  The  modern  influence  machine  dates 
from  i860,  when  C.  F.  Varley  produced  a form  with  six  carriers  mounted 
on  a rotating  disk  of  glass.  This  was  followed  in  1865  by  the  machine 
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of  Holt  and  that  of  Topler,  and  in  1867  by  those  of  Kelvin.  Then  fol- 
lowed the  Wimshurst  machines,  perhaps  the  most  widely  used  of  all. 

Wimshursf  s Ififiuence  Machme. — We  have  in  this  machine  no  fixed  field 
plates.  In  its  simplest  form  it  consists  (Fig.  10)  of  two  circular  plates  of 
varnished  glass,  which  are  geared  to  rotate  in  opposite  directions. 

What  occurs  in  this  machine  is  best  explained  by  means  of  a diagram 
(Fig.  ii).  In  order  to  render  the  explanation  clearer,  the  rotating  plates 
are  represented  as  though  they  were  two  cylinders  of  glas^,  rotating  in 
opposite  ways,  one  inside  the  other.  The  inner  cylinder  will  represent 
the  front  plate,  the  outer  the  back  plate. 

In  Figs.  10  and  ii  the  front  plate  rotates  right-handedly,  the  back 
plate  left-handedly.  The  neutralizing  brushes,  //,,  touch  the  front  sec- 


FIG.  10. 


tors,  while  «.j,  touch  against  the  back  sectors.  Now  supiDose  any  one 
of  the  back  sectors  represented  near  the  top  of  the  diagram  to  receive  a 
slight  positive  charge.  As  it  moves  onward  toward  the  left  it  will  come 
opposite  the  place  wh^re  one  of  the  front  sectors  is  moving  past  the 
brush  The  result  will  be  that  the  sector  so  touched  while  under  in- 
fluence by  will  acquire  a slight  negative  charge,  which  it  will  carry  on- 
ward toward  the  right.  When  this  negatively  charged  front  sector  arrives 
at  a point  opposite  71^,  it  acts  inductively  on  the  back  sector,  which  is  be- 
ing touched  by  7i^\  hence  this  back  sector  will  in  turn  acquire  a positive 
charge,  which  it  will  carry  over  to  the  left.  In  this  way  all  the  sectors 
will  become  more  and  more  highly  charged,  the  front  sectors  caiiying  over 
negative  charges  from  left  to  right,  and  the  back  sectois  caiiying 
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positive  charges  from  right  to  left.  At  the  lower  half  of  the  diagram  a 
similar  but  inverse  set  of  operations  will  be  taking  place.  These  and  the 
other  forms  of  influence  machines  are  called  rotation  multipliers,  because 
by  their  rotary  motion  they  multiply  by  successive  transmissions  the  charge 
of  electricity  that  they  communicate. 

Electric  Spark. — An  interesting  phenomenon  connected  with  the  elec- 
tric machine  is  the  electric  spark  which  is  drawn  from  the  conductor 
when  the  finger  is  presented  to  it. 

The  positive  electricity  of  the  conductor  decomposes  the  electricity  of 
the  body,  attracting  the  negative  and  repelling  the  positive,  and,  when 
the  tension  is  great  enough,  these  opposite  electricities  overcome  the  re- 
sistance of  the  air  and  recombine  with  a spark  and  crackling  sound.  The 


- spark  is  accompanied  by  a prickly  sensation.  When  the  spark  is  short  it 
is  straight;  beyond  two  or  three  inches  in  length  it  becomes  curved  or 
zigzag,  like  the  lightning  in  the  sky. 

The  human  body  may  be  charged  with  electricity  by  sitting  on  an  in- 
sulated platform  and  touching  the  conductor  of  an  electric  machine. 

When  the  body  is  thus  charged,  the  hair  diverges,  a peculiar  sensation 
is  felt  in  the  face,  and  if  any  other  person  standing  on  the  ground  touches 
one  so  charged  he  receives  a spark,  with  a crackling  sound  and  a prick- 
ling sensation. 

Gold-Leaf  Electroscope. — By  this  instrument  we  are  enabled  not  only 
to  detect  the  presence,  but  to  determine  the  kind,  of  electricity  that  may 
exist  in  any  body. 
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Fig.  12  represents  Bennett’s  electroscope.  is  a tubulated  glass 
shade,  enclosed  at  its  lower  end  by  a metallic  cover,  by  means  of  which 
it  communicates  with  the  ground.  A metal  rod,  fitting  in  the  tubule  of 
the  shade,  terminates  at  its  upper  extremity  in  a knob  (C),  and  at  its  lower 
extremity  it  holds  two  narrow  strips  of  gold  leaf.  On  the  inside  of  the 
shade  are  two  strips  of  gold  leaf  reaching  to  the  metal  cover.  If  a body 
charged  with  either  kind  of  electricity  is  brought  in  contact  with  the  knob, 
the  gold  leaves  diverge. 

Thomsoti’s  Quadratit  Electrometer. — This  instrument  is  quite  complex, 
but  far  superior  for  all  delicate  researches. 

It  is  an  electrometer  in  which  the  electrostatic  charge  is  measured  by 
the  attractive  force  of  plates  or  quadrants,  on  a light  needle  of  aluminum 
suspended  within  them.  The  sectors  or  quadrants  are  of  brass,  and  are 


Fig.  12. 


Fig.  13. 


so  shaped  as  to  form  a hollow  cylindrical  box  when  placed  together. 
They  are,  however,  insulated  from  one  another;  but  the  opposite  ones  are 
connected  by  a wire.  The  needle,  which  is  maintained  at  some  constant 
potential  by  connection  with  the  inner  coating  of  a Leyden  jar,  is  gener- 
ally suspended  by  two  parallel  silk  threads,  so  that  it  freely  swings  inside 
the  hollow  box.  To  use  the  instrument,  the  sectors  are  connected  with 
the  source  whose  difference  of  potential  is  to  be  measured,  and  the  deflec- 
tion of  the  needle  observed  through  a telescope  by  means  of  a beam  of 
light  reflected  from  a mirror  attached  to  the  upper  part  of  the  needle. 

Leyden  Jar. — The  Leyden  jar  (Fig.  13)  is  made  of  glass,  with  a coat- 
ing of  tinfoil  inside  and  out,  extending  to  within  a few  inches  of  the 
mouth.  Through  a varnished  wooden  cover  a wire,  having  a knob  at  top, 
is  passed,  and  extends  to  the  inside  coating.  Now,  when  either  positive 
or  negative  electricity  is  communicated  to  the  knob  at  the  top,  it  is  imme- 
diately diffused  over  the  whole  inside  coating;  and  by  its  inductive  influ- 
ence the  outside  coating  takes  on  the  opposite  kind. 
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When  in  this  state — the  two  coatings  being  oppositely  electrified — the 
jar  is  said  to  be  charged;  and  a discharge  takes  place  when  a communica- 
tion is  established  between  the  knob  and  the  outside  coating,  the  equilib- 
rium being  restored  with  a bright  flash  of  light  and  a sharp  report. 

As  the  human  system  is  a good  conductor,  this  discharge  may  take 
place  through  it  by  grasping  the  outside  coating  with  one  hand  and 
touching  the  knob  at  the  top  with  the  other;  or  several  persons  may  form 
a line  by  grasping  hands,  the  one  atone  extreme  touching  the  outside  coat- 
ing, while  the  one  at  the  other  extreme  touches  the  knob.  All  will  feel 
the  shock,  as  it  is  called,  at  the  same  instant.  While  the  jar  is  receiving 


the  charge,  it  must  not  be  insulated — that  is,  the  outside  must  communi- 
cate with  the  earth.  As  the  positive  charge  collects  on  the  inside,  the 
outside  becomes  negative  by  the  expulsion  of  the  positive  charge,  and  the 
accumulation  of  the  negative  charge  in  its  stead,  drawn  from  the  earth. 
But  if  the  outside  is  insulated,  these  transfers  to  and  from  it  cannot  take 
place,  and  therefore  the  jar  cannot  become  charged. 

A submarine  cable  is  really  a vast  Leyden  jar.  The  wire  constitutes 
the  interior  coating,  the  water  the  exterior  coating,  and  the  gutta-percha 
the  insulator  between  them.  On  this  account  the  passage  of  an  electric 
current  through  a submarine  cable  is  greatly  retarded. 

If  It  IS  desired  to  accumulate  a very  great  charge  of  electricity,  a num- 
ber of  jars  must  be  employed,  all  their  inner  coatings  being  connected  to- 
gether,  and  all  their  outer  coatings  being  united.  This  arrangement  is 
called  a battery  of  Leyden  jars,  or  Leyden  battery  (Fig.  14).  As  it  has  a 
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large  capacity,  it  will  require  a large  quantity  of  electricity  to  charge  it 
fully.  When  charged  it  produces  very  powerful  effects;  its  spark  will 
pierce  glass  readily,  and  every  care  must  be  taken  to  avoid  a shock  from 
it  passing  through  the  person.  The  “ universal  discharger”  as  employed 
with  the  Leyden  battery  is  shown  at  the  right  of  the  figure. 

History  of  the  Lcyde^i  Jar. — In  October,  1745,  a bishop  of  Cammin,  in 
Pomerania,  Von  Kleist  by  name,  passed  through  a cork  in  the  neck  of  a 
flask  an  iron  nail  connected  with  an  electric  machine.  The  flask  con- 
tained mercury  or  alcohol.  On  touching  the  nail.  Von  Kleist  received  a 
severe  shock.  In  January,  1746,  Cuneus,  Allamand,  and  Muschenbroek 
passed  a wire  from  an  electric  machine  into  a flask  filled  with  water. 
Muschenbroek  held  the  flask  in  his  right  hand,  and  when  a turn  was  giv- 
en to  the  machine  he  received  a spark  from  the  conductor  with  his  left 
hand. 

The  spark  was  so  terrible  that  he  declared  he  would  not  receive  another 
like  it  for  the  French  crown.  He  observed  what  Kleist  did  not,  that  only 
the  person  who  held  the  jar  received  the  shock.  In  this  experiment  the 
hand  of  the  observer  corresponded  to  the  outer  coating  of  the  ordinary 
Leyden  jar.  He  was  the  most  scientific  of  the  three  Leyden  philosophers 
who  have  given  the  name  to  the  Leyden  jar. 

The  theory  of  the  Leyden  jar,  and  apparatus  similar  to  it,  was  given 
by  Franklin  in  1747.  lu  the  same  year  Watson,  Bishop  of  Llandaff,  sent 
a discharge  from  a Leyden  jar  through  2,800  feet,  and  subsequently 
through  10,600  feet  of  wire. 

Experiments  like  these  were  also  made  by  Franklin  across  the  Schuyl- 

kill.  . , 

For  a long  time  franklinic  electricity  was  the  only  form  used  in  elec- 
tro-therapeutics. 

Subsequently  it  was  almost  entirely  superseded  by  faradic  electricity, 
owing  partly  to  the  greater  convenience  and  certainty  of  action  of  the 
latter.  In  recent  years  franklinic  electricity  has  again  come  to  the  front. 
The  construction  of  its  apparatus  has  been  greatly  improved  and  new  meth- 
ods of  its  application  have  greatly  widened  the  range  of  its  usefulness. 

In  the  chapter  on  “ The  Use  of  Franklinic  Electricity,”  the  subject 
will  be  found  more  fully  considered. 


CHAPTER  III. 


GALVANIC  OR  VOLTAIC  ELECTRICITY. 

Under  the  general  term  dynamic  or  current  electricity  is  included  the 
electricity  which  arises,  first,  from  chemic  action — especially  from  that 
attending  the  decomposition  of  metals — called  galvanic  or  voltaic  electric- 
ity ; secondly,  from  induction  by  currents  or  magnets,  called  induced  elec- 
tricity, electro-magnetism,  or  magneto-electricity ; thirdly,  from  heat,  called 
thermo-electricity.  These  varieties  are  called  dynamic  electricity,  signify- 
ing electricity  in  motion  as  distinguished  from  frictional  or  static  elec- 
tricity, which  denotes  the  electric  condition  of  bodies  in  which  elec- 
tricity remains  insulated  or  stationary.  Strictly  speaking,  these  terms — ■ 
dynamic  and  static — are  applicable  to  both  branches  of  the  science ; for 
if  the  poles  of  a series  of  galvanic  batteries  are  insulated,  they  manifest, 
before  the  current  begins,  the  electric  tension  of  a friction  machine. 
Again,  the  characteristics  of  the  galvanic  current  are  manifested  slightly 
in  the  series  of  discharges  which  are  transmitted  in  a wire  connecting  the 
prime  conductor  of  a machine  in  action  with  the  ground  or  other  negative 
conductor.  Alternate  currents  are  produced  by  special  alternate  current 
dynamos  or  alternators,  and  will  be  again  alluded  to. 

Nature  and  Definitio7i  of  Force  and  its  Relation  to  Matter. — Force  is 
that  which  is  manifested  in  any  change  of  motion.  Electric  force  is  that 
force  with  which  electricity  tends  to  move  matter,  and  must  not  be  con- 
fused with  electro-motive  force  or  that  which  tends  to  move  electricity. 

I Force  is  itself  a primary  motion  and  cannot  be  defined.  Matter  is  a col- 
I lection  of  centres  of  forces  called  atoms.  Molecules  are  collections  of 

[ atoms.  A molecule  is  the  smallest  particle  into  which  a body  can  be  di- 

; vided  without  losing  its  identity. 

I The  molecules  of  a gas  are  in  rapid  and  continuous  motion,  and  the 

I relative  velocities  in  different  gases  have  been  easily  determined.  These 

[ motions  and  velocities  are  the  result  of  the  forces  of  which  matter  consists. 

! It  must  be  similarly  true  of  liquids  and  solids:  force  and  motion  are  the 

bases  of  their  constitution.  Indeed,  without  force  matter  would  not  exist 
at  all,  for  matter  is  simply  an  aggregation  of  centres  of  force. 

Ponderable  matter  is  a form  of  force  which  our  senses  recognize. 
Ether  pervades  all  matter  and  all  space,  but  it  is  not  recognized  by  sense, 
and  yet  it  is  none  the  less  a manifestation  of  centres  of  force. 

Electricity  Compared  with  Other  Forces. — If  force  be  added  to  matter 
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the  equilibrium  of  that  point  is  disturbed,  and  the  disturbance  is  propa- 
gated from  molecule  to  molecule,  through  matter  or  ether,  or  both.  Heat 
by  conduction  and  mass  motion  are  of  matter  only.  Heat  by  radiation 
and  light  are  of  the  ether  only.  Electricity  is  now  believed  to  be  identi- 
cal with  the  luminiferous  ether.  That  this  must  be  so  is  a necessary  re- 
sult of  the  great  discovery  of  Maxwell,  that  light  itself  is  an  electric  phe- 
nomenon, and  that  the  light  waves  are  merely  electric,  or,  as  he  puts  it, 
electro-magnetic  waves.  Chemic  action  is  a rearrangement  of  atoms. 
After  this  action  the  sum  of  the  activities  of  the  molecules  of  the  resulting 
product  is  different  from  that  w'hich  its  factors  previously  had.  This 
difference  is  force,  and  appears  sometimes  as  light  and  under  certain  con- 
ditions as  electricity,  but  it  is  rarely  or  never  confined  to  one  mode  of 
manifestation.  The  condition  for  the  generation  of  electricity  by  chemic 
action  appears  to  be  that  this  action  takes  place  at  the  surface  of  a con- 
ductor through  which  a current  (so  called)  can  circulate.  Since  the  cur- 
rent is  made  of  motion  of  the  molecules  of  the  conductor  through  which 
it  passes,  and  of  the  ether,  the  nature  of  the  conductor  must  modify  the 
current  itself.  It  is  known  that  the  current  through  a telegraph  wire  500 
miles  long  meets  the  greater  part  of  its  resistance  in  the  first  100  miles. 
The  current  is  modified  by  the  material  and  length  and  size  of  the 
wire. 

The  differential  physiologic  effects  of  induction  coils  of  different 
lengths  and  fineness  may  thus  be  in  part  explained.  These  differential 
effects  will  be  spoken  of  in  the  electro-therapeutic  portion  of  this  work. 

The  Chemistry  of  the  Battery  Not  yet  -Chemistry  can  never  be 

an  exact  science  until  temperature,  specific  heat,  and  matter  are  all  consid- 


ered and  justly  estimated  in  all  reactions.  This  has  not  yet  been  accom- 
plished. 

We  are  unable  to  state  a priori  what  must  be  the  electro-motive  force 
of  the  different  batteries  in  use,  since  that,  as  we  have  seen,  depends  on 
data  hereafter  to  be  determined.  Frequently,  however,  we  are  able  to 
state  which  of  two  reactions  must  evolve  the  greater  force,  and  so,  under 
like  circumstances,  the  stronger  electric  current.  This  is  done  by  inspec- 
tion of  the  electro-chemical  series  of  elements.  That  series,  however, 
must  vary  w'ith  the  temperature,  so  that  it  is  no  suie  guide. 

Office  of  the  Water  in  the  Battery. — The  water  used  in  all  common  bat- 
teries serves  as  a solvent  of  the  salt  formed  in  the  reaction.  When  the 
water  used  becomes  saturated  by  this  salt  the  current  stops,  and  it  declines 

in  power  as  the  solution  approaches  saturation. 

Office  of  the  Metals  in  the  Battery. -Oi  the  two  metals  in  any  battery 
one  only  enters  into  the  reaction.  Zinc  has  generallv  filled  that  P^^ce  in 
all  the  best-known  batte-i«s,  because  it  is  nearer  the  negative  en  o 
electro-chemical  series  than  any  other  common  and  convmnent  metal.  1 o- 
tassium  or  sodium  would  be  the  beau  ideal  of  the  negative  meta  , u 
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are  not  convenient  or  practicable.  Any  metal  or  conductor  which  is  not 
acted  on  by  the  fluid  in  which  it  is  immersed  may  occupy  the  other  place 

in  the  couple.  _ , j-a: 

All  modern  research  tends  toward  the  conclusion  that  the  different 

forms  of  electricity  which  we  variously  distinguish  as  magnetism,  frank- 
linic  and  galvanic  electricity,  electro-magnetism,  are  but  expressions  of 
one  force,  which  force  is,  as  we  have  seen,  but  a mode  of  motion  of  the 
universal  ether.  Very  recently  a European  physicist  has  estimated  the 
electro-motive  force  of  Holtz’s  machine,  and  has  expressed  it  in  a mathe- 
matical form,  so  that  it  may  be  compared  with  the  ordinary  galvanic  bat- 
teries. 

In  the  present  chapter  we  shall  speak  of  the  form  of  electricity  that  is 
generated  by  chemic  action— galvanic  or  voltaic  electricity.  Analogy  and 
experience  make  it  more  than  probable  that  all  chemic  action  whatsoever 
is  attended  with  the  evolution  of  electricity ; and  reasoning  still  further  we 
may  believe  that  all  molecular  disturbance,  however  excited,  must  give 
rise  to  electric  disturbance.  The  play  and  interplay  of  electric  phenom- 
ena are  incessant  and  infinite ; electric  force,  like  light  and  gravity,  is 
everywhere  being  generated  and  everywhere  acting.  If  we  are  unable  to 
detect  the  electricity  generated  by  chemic  action  only  under  certain  con- 
ditions, or  when  generated  in  comparatively  large  quantities,  it  is  because 
of  the  imperfections  of  our  knowledge  and  the  want  of  sufficient  delicacy 
in  our  apparatus  for  collecting  and  measuring  electricity. 

As  a matter  of  experience  it  is  found  that  voltaic  electricity  is  most 
conveniently  generated  by  the  reactions  that  take  place  between  two  ma- 
terials and  an  electrolyte,  and  as  a matter  of  convenience  and  economy 
zinc  is  the  metal  at  the  expense  of  which  the  electric  force  is  evolved,  the 
other  material  acting  merely  as  a conductor;  but  the  combinations  that 
are  actually  employed  by  physicists  are  but  a fraction  of  those  that  are 
possible  and  conceivable. 

Every  year  new  batteries  and  modifications  of  old  batteries  are  de- 
vised, but  all  of  them  are  based  on  the  general  principle  that  chemic 
action  of  any  sort  whatsoever  is  attended  by  the  evolution  of  electricity. 

We  present  below  brief  descriptions  of  some  of  the  principal  batteries 
that  are  now  in  use.  All,  or  nearly  all  of  them,  in  their  original  shape, 
or  under  various  modifications,  are  used  in  electro-therapeutics.  We  shall 
not  attempt  to  exhaust  the  list,  but  to  illustrate  those  that  are  best  known, 
most  useful,  and  are  most  thoroughly  representative.  Those  wlio  under- 
stand the  principle  on  which  these  batteries  are  constructed  will  not  find 
it  difficult  to  understand  any  new  modification  of  them  that  may  arise. 

Here  let  us  interpose  the  remark  that  the  time  and  energy  that  are  de- 
voted to  the  study  of  the  chemistry  of  batteries  will  not  be  wasted  time 
will  indeed  be  spent  most  wisely — for  half  the  annoyances  of  young  and 
old  electro-therapeutists  comes  from  the  difficulty  of  keeping  their  batter- 
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ies  in  order.  This  difficulty  will  be  diminished  one-half  and  more  when 
we  really  understand  the  mechanism  of  batteries  and  the  laws  that  govern 
their  action. 

Simple  Voltaic  Cells. — In  the  formation  of  a simple  voltaic  cell  there 
are  usually  metals  and  a liquid. 

Fig.  15  constitutes  such  a cell. 

Let  C and  Z represent  respectively  plates  of  copper  and  zinc  intro- 
duced into  dilute  acid,  and  connected  by  a wire.  Chemic  action  takes 

place  over  all  the  surface  of  the  zinc 
covered  by  the  liquid.  Positive  elec- 
tricity is  generated  at  the  zinc  element, 
and  flows  through  the  liquid  to  the  cop- 
per, and  thus  a constant  current  is  es- 
tablished over  the  wires,  as  shown  by 
the  arrows. 

So  far  as  the  chemic  action  is  con- 
cerned, it  matters  not  whether  the  plates 
touch  each  other  or  are  connected  by 
wires,  as  in  the  figure.  A current  is 
formed,  whether  contact  is  made  be- 
tween the  plates  either  above  or  below 
the  liquid.  In  every  instance,  however, 
a circuit  must  be  formed  through  which 
the  electricity  may  traverse. 

The  electricity  may  traver.se  the  circuit  either  in  a single  current  or  in 
a number  of  partial  currents,  into  which  it  may  divide  itself  when  the 
plates  are  brought  in  contact  along  their  whole  surfaces.  When  the 
plates,  or  the  wires  which  connect  them,  are  in  contact,  the  circuit  is  said 
to  be  closed;  when  they  are  separated,  it  is  said  to  be  broken  or  open. 
The  electricity  is  generated  wholly  by  the  chemic  action  of  the  acid  upon 
the  zinc,  and,  other  things  being  equal,  the  quantity  of  electricity  set  in 
motion  will  be  proportional  to  the  extent  of  zinc  surface  exposed  to  the  acid. 

The  2’erms  Electro-Positive  and  Electro-Negative.— V>oW\  in  simple  and 
compound  cells  the  electricity  always  moves  in  the  liquid  of  the  battery 
from  the  zinc  to  the  copper;  and  out  of  the  liquid  from  the  copper  to  the 
zinc.  In  other  words,  the  zinc  is  trying  to  dissolve  and  throw  a current 
across  to  the  copper;  while  the  copper  is  trying  (less  powerfully)  to  dis- 
solve and  throw  a current  across  the  other  way.  This  should  be  remem- 
bered, since  the  zinc  is  called  the  electro-positive  element,  although  out 
of  the  liquid  it  is  negative;  and,  consequently,  in  the  decomposition  that 
occurs  in  the  battery,  that  element  which  goes  to  the  zinc  pole  is  called 
the  electro-positive  element,  being  attracted  by  its  opposite  force ; while 
the  element  going  to  the  copper  is  called,  for  the  same  reason,  the  electro- 
negative— a current  from  one  liquid  and  two  metals. 
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Two  liquids  and  one  metal  can  also  produce  a circuit  as  well  as  one 
liquid  and  two  metals.  Becquerel’s  oxygen  battery  {pile^  d is 

one  of  the  best  arrangements  of  this  kind.  The  current  is  produced  by 
the  action  of  caustic  potash  on  nitric  acid,  platinum  forming  the  conduct- 


Homogeneity  of  the  Galvanic  Circuit. — In  frictional  electricity  there  are 
points  which  form  the  seat  of  or  — electricity.  On  the  contrary,  in  a 
wire  where  a galvanic  current  is  circulating,  there  are  no  such  points.  It 
has  no  power,  like  frictional  electricity,  to  attract  or  repel  objects.  The 
wire  feels  and  behaves  no  differently  when  the  current  is  passing  than 
when  it  is  not.  The  wire  conducts  so  much  better  than  the  air  that  the 
current  follows  it.  Its  force  is  the  same  at  every  point,  in  the  battery  or 
in  the  circuit.  Making  interruptions  in  it  at  different  points,  and  sending 
currents  through  solutions  of  sulphate  of  copper,  the  same  amount  of  cop- 
per is  deposited  at  each  of  the  places  where  the  interruption  is  made.  If 
we  connect  the  several  breaks  by  pieces  of  platinum  wire,  each  wire  will 
be  heated  to  the  same  temperature. 

In  short,  the  magnetic-heating  and  chemic  and  other  effects  of  the  cur- 
rent are  the  same  at  every  point  in  the  circuit. 

Electric  Relations  of  the  Elements. — In  the  galvanic  cell,  by  the  decom- 
position of  the  water,  oxygen  arises  at  the  positive  pole  and  hydrogen  at 
the  negative. 

The  metals  assume  opposite  electricities,  the  zinc  being  positive  and 
the  copper  negative. 

Since  electricities  that  attract  each  other  are  opposite  to  each  other,  the 
substances  that  are  liberated  at  the  positive  pole  are  called  electro-nega- 
tive, and  the  substances  liberated  at  the  negative  pole  are  called  electro- 
positive. Thus,  in  the  decomposition  of  the  battery,  oxygen  which  is  lib- 
erated at  the  zinc  is  electro-negative,  while  hydrogen  which  accumulates 
at  the  copper  or  platinum  is  electro-positive. 

The  elements  have  been  arranged  as  to  their  electro-chemic  relations 
when  associated  in  pairs  in  the  galvanic  cell.  According  to  recent  chem- 
istry, atoms  are  arranged  in  two  classes,  according  to  their  combining 
power.  Positive  atoms  are  those  which  are  attracted  to  the  negative  elec- 
trode in  electrolysis,  and  whose  hydrates  are  bases.  Negative  atoms  are 
those  that  are  attracted  to  the  positive  pole  in  electrolysis,  and  whose  hy- 
drates are  acids.  The  electro-chemic  series  are  presented  below: 
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Negative  end  — . 


Silicon. 

Hydrogen. 

Gold. 

Osmium. 


Zinc. 


Oxygen. 

Sulphur. 

Nitrogen 


Manganese. 

Lanthanum. 

Didymium. 
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Fluorine. 

Iridium. 

Cerium. 

Chlorine. 

Platinum. 

Thorium. 

Bromine. 

Rhodium. 

Zirconium. 

Iodine. 

Ruthenium. 

Aluminum. 

Selenium. 

Palladium. 

Erbium. 

Phosphorus. 

Mercury. 

Yttrium. 

Arsenic. 

Silver, 

Glucinum. 

Chromium. 

Copper. 

Magnesium. 

Vanadium. 

Uranium. 

Calcium. 

Molybdenum. 

Bismuth. 

Strontium. 

Tungsten. 

Tin. 

Barium. 

Boron. 

Indium. 

Lithium. 

Carbon. 

Lead. 

Sodium. 

Antimony. 

Cadmiiun, 

Potassium. 

Tellurium. 

Thallium. 

Rubidium. 

Tantalum. 

Cobalt. 

Csesium. 

Columbium. 

Nickel. 

Positive  end  -|-. 

'J’itanium. 

Iron. 

Kach  atom  of  any  of  the  substances  in  this  list  is  positive  to  any  atom 
of  any  substance  above  it,  and  negative  to  any  one  below  it.  These  dis- 
tinctions are  therefore  purely  relative. 

I’hus,  for  example,  copper,  when  associated  in  a galvanic  pair  in  the 
proper  fluid  with  any  one  of  the  elements  below  it,  generates  positive  elec- 
tricity and  becomes  electro-positive,  but  when  associated  with  any  one  of 
the  elements  above  it,  becomes  electro-negative. 

The  more  electro-negative  anyone  of  the  elements  in  this  series  is  to  a 
given  element,  the  more  intense  will  be  the  current  generated  when  they 
are  united  in  a galvanic  pair.  For  example,  the  current  generated  by  zinc 
and  copper  is  feebler  than  that  obtained  from  zinc  and  platinum,  and  the 
current  is  less  when  carbon  is  substituted  for  the  platinum.  The  order  in 
the  above  arrangement  is,  however,  by  no  means  absolute.  The  relative 
position  of  the  metals  depends  frequently  on  the  liquid  in  which  they  are 
immersed.  Thus  silver  is  - toward  lead  in  a solution  of  dilute  sulphuric 
acid,  while  in  a solution  of  cyanide  of  potassium  it  is  -|-  toward  it. 

Amalgamation. — If  pure  zinc  is  immersed  in  dilute  sulphuric  acid  no 
change  is  manifest,  while  ordinary  commercial  zinc  is  quickly  decomposed 
by  it.  The  action  of  the  dilute  acid  on  zinc  is  due  to  the  impurities  of 
iron  or  lead  which  it  contains.  These  impurities  are  electro-negative 
toward  zinc,  and  they  cause  local  currents  of  electricity.  When  the  bat- 
tery is  closed,  these  local  currents  interfere  with  the  action  that  pioduces 
the  main  current;  when  the  circuit  is  open,  they  may  still  keep  up  theii 
action,  as  is  evidenced  by  the  bubbling  up  of  the  gases,  and  thus  the  zinc 
may  be  in  time  destroyed. 
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Now,  local  action  in  a single  battery  cell,  arising  from  the  above  cause, 
not  only  consumes  the  power  of  that  member,  but  reduces  the  energy  of 
the  whole  series.  In  order  to  avoid  this  evil,  resulting  from  local  action, 
it  is  necessary  that  the  zinc  plates  be  amalgamated  with  mercury.  The 
amalgamated  surfaces  are  reduced  to  one  uniform  electric  condition,  like 
pure  zinc,  and  will  remain  in  the  fluid  a great  length  of  time  unacted  on, 
until  connected  with  the  electro-negative  element. 

At  the  present  time  all  improved  batteries  are  constructed  with  amal- 
gamated zinc. 

How  to  Amalgamate  Zmc. — To  amalgamate  zinc,  first  immerse  it  in  a 
solution  of  dilute  sulphuric  acid  of  almost  any  strength,  so  as  to  clean  the 
surface;  then  dip  it  in  mercury,  or  pour  mercury  over  it,  and  rub  it  on 
with  a brush  or  sponge  or  cloth.  The  mercury  will  spread  very  rapidly 
over  the  surface  of  the  zinc,  and  give  it  a bright,  mercury-like  appearance. 

The  art  of  amalgamating  zinc  is  of  great  practical  importance  to  the 
electro-therapeutist,  since  nearly  all  the  batteries  in  common  use  have  zinc 
for  one  of  the  metals.  Amalgamated  zinc  was  first  used  for  galvanic  bat- 
teries by  Kemp,  in  1826. 

Chemic  Action  the  Origin  of  the  Currefit. — When  the  electrically  oppo- 
site metals — -zinc  and  platinum,  for  example — are  dipped  in  acidulated 
water  and  united  at  their  ends,  either  directly  or  by  a wire,  the  zinc  has 
so  strong  an  attraction  for  the  oxygen  of  the  water  that  it  unites  with  it 
and  forms  the  oxide  of  zinc.  This  oxide  of  zinc  combines  with  the  sul- 
phuric acid  and  forms  sulphate  of  zinc.  The  hydrogen  of  the  water  es- 
capes in  the  fonn  of  gas  at  the  platinum.  The  result  of  this  chemic  action 
is  a current  of  electricity.  The  zinc  (the  electro-negative  element)  is 
consumed,  and  the  quantity  of  electricity  generated  is  proportioned  ex- 
actly to  the  quantity  of  zinc  decomposed. 

It  had  been  supposed  by  Volta  and  his  followers  that  simple  contact  of 
the  metals  was  all  that  was  necessary  to  excite  the  current;  but  Faraday 
showed,  by  two  very  beautiful  experiments,  that  mere  contact  was  not  suffi- 
cient—that  there  must  be  chemic  action  in  the  cell  in  order  to  obtain  a 
current.  It  is  possible  that  all  chemic  actions  are  attended  with  the  gen- 
eration of  electricity;  but  only  under  certain  conditions,  or  when  the 
amount  is  considerable,  are  we  able  to  detect  it. 

Jn  What  Way  does  Chemic  Action  Generate  the  Current— When  the 
plates  of  zinc  and  platinum  are  immersed  in  a solution  of  dilute  sul- 
phuric acid,  the  zinc  of  ordinary  commercial  purity,  and  not  connected 
outside  by  a conductor,  the  following  occurs : 

The  sulphuric  acid  or  hydrogen  sulphate,  H^SO^,  is  decomposed,  zinc 
sulphate,  ZnSO,,  is  formed,  and  hydrogen,  H^,  liberated.  The  hydrogen 
IS  iberated  at  the  zinc  plate.  The  solution  becomes  heated. 

_ If,  however,  the  plates  are  united  by  a conductor  outside  of  the  solu- 
tion, the  following  change  takes  place: 
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The  sulphuric  acid  is  decomposed  as  before.  The  hydrogen  is  liber- 
ated at  the  platina  plate  only.  The  heat  not  only  appears  in  the  solution, 
but  all  parts  of  the  circuit  as  well.  An  electric  current  is  established 
throughout  the  entire  circuit,  and  will  continue  so  long  as  there  remains 
sulphuric  acid  to  be  decomposed  or  zinc  to  form  zinc  sulphate. 

Electricity  a Mode  of  Motion. — Although,  for  the  sake  of  convenience, 
we  speak  of  electricity  as  a current  flowing  in  certain  directions,  after  the 
manner  of  a river,  yet,  as  we  have  already  said,  we  should  not  thereby  be 
led  into  the  error  of  supposing  that  the  electricity  is  a real  fluid  flowing 
through  different  substances,  or  from  one  substance  to  another. 

Electricity  is  a Disturbance  Propagated  in  the  Molecules  of  a Body,  and 
at  the  same  time  in  the  Ether  Pervading  that  Body. — The  theory  that  light 
was  caused  by  the  emission  of  particles  from  the  sun  was  abandoned  long 
ago ; and  now  the  theory  that  light  consists  of  undulations  of  ether  is  con- 
sidered to  be  as  impregnable  as  the  theory  of  gravitation.  Similarly  we 
may  believe  that  electricity  consists  of  movements  of  a different  kind 
from  tho.se  of  light,  but  which  is  variously  modified  in  its  manifestations 
by  the  substances  through  which  it  circulates. 

The  impulse  or  movement  that  constitutes  what  we  call  the  current 
may  be  regarded  as  simply  a mode  of  motion. 

J’olarity  of  Electricity.— Vo\d.xx\.y,  or  properties  in  opposite  directions, 
is  not  peculiar  to  electricity.  Light  and  heat  may  also  be  polarized,  and 
chemic  attractions  and  repulsions  are  likewise  manifestations  of  the  polar 
qualities  of  atoms.  VVe  may  gather  a definite  idea  of  the  nature  of  elec- 
tricity and  the  character  of  the  so-called  “current”  by  the  following  illus- 
tration : Let  a tube  be  filled  with  balls,  all  of  which  are  attracted  to  each 
other.  If  the  first  ball  is  turned  round  on  its  centre,  it  will  turn  in  a sim- 
ilar way  the  next  ball,  and  so  on  through  the  whole  seiies.  Ihere  is  here 
no  progress  of  a material  current,  but  simply  a motion. 

If  the  motion  is  rapidly  repeated  through  the  attempt  of  electricity  to 
find  an  equilibrium,  we  have  what  we  call  an  electric  current. 

Electj'icity  Convertible  into  the  Other  Gi'eat  Eorces.  We  see  in  this  sec- 
tion on  electro-physics  many  illustrations  of  the  transformation  of  one 
force  into  another.  If  we  start  with  heat,  we  find  that  it  produces  elec- 
tricity, and  through  electricity  produces  chemic  action,  magnetism,  and  | 

light  If  we  start  with  magnetism,  we  find  that  it  produces  electricity,  and  j 

through  electricity  heat,  chemic  action,  and  light.  If  we  start  with  chemic  ! 

action  we  find  that  it  produces  heat,  light,  and  electricity.  If  we  start  1 

with  electricity,  we  find  that  it  produces  magnetism,  heat,  light,  chemic  ^ 


action,  and  motion.  i • j 

Conversion  of  Ekctridt}  into  Heat,  Power,  and  knids 

of  work— chemic,  magnetic,  mechanic,  and  thermal— are  done  by  electiic- 
itv  and  wherever  work  is  done  it  is  done  by  the  expenditure  of  a part  of 
the  energy  of  the  current.  By  the  law  of  the  correlation  of  forces  the  elec- 
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tricity  generated  in  a battery  may  be  converted  into  heat.  This  heat  may 
remain  in  the  battery  or  be  transferred  to  any  part  of  the  circuit.  In  or- 
der to  convert  the  electricity  into  heat  it  must  pass  through  some  poor  con- 
I ductor  that  resists  its  passage,  and  thus  compels  it  to  appear  as  heat. 
With  ordinary  thick  copper  wire  there  is  but  little  sensible  heat  in  the  pas- 
sage of  a current,  because  copper  wire  is  a good  conductor;  but  when  plat- 
inum wire,  which  is  a poor  conductor,  is  used,  it  is  raised  under  a strong 
current  to  white-heat.  This  has  been  utilized  in  galvano-cautery. 

Joule's  Law  of  Developnmit  of  Heat.- — The  principle  is  illustrated  in 
Fig.  16.  A glass  vessel  containing  alcohol,  into  which  also  a thermome- 
ter dips,  encloses  a thin  wire  joined  to  two  stout  conductors.  The  relation 


Fig.  16. 


Fig.  17. 


of  the  wire  to  other  resistances  is  readily  calculated  if  its  own  resistance 
is  known.  The  following  equation  is  the  result  of  this  calculation ; 

U =:  C“Rt  X 0.24. 

C indicates  the  current  in  amperes,  R the  resistance  in  ohms,  t the 
time  in  seconds,  and  U the  heat  in  calories;  one  calorie  being  the  amount 
of  heat  that  will  raise  i gm.  of  water  through  1°  C.  of  temperature.  This 
equation  is  equivalent  to  the  statement  that  a current  of  one  ampere  flow- 
ing through  a resistance  of  one  ohm  developes  therein  0.24  calories  per 
second. 

In  the  electric  light  the  heat  is  transferred  to  carbon  points  interposed 
in  the  circuit.  Particles  of  carbon  become  incandescent,  and  are  volatil- 
ized and  transported  from  the  positive  to  the  negative  pole.  A metal  or 
other  substance  may  give  an  electric  light,  but  carbon,  on  account  of  its 
friability,  gives  a better  and  stronger  light  than  any  other  substance. 
The  electric  light  was  invented  by  Sir  Humphry  Davy  in  1813. 

Compound  Galvamc  Cells. — The  compound  galvanic  battery  is  com- 
posed of  two  or  more  simple  galvanic  cells.  They  are  so  connected  to- 
gether that  the  copper  of  one  battery  is  joined  to  the  zinc  of  the  next,  and 
so  on  throughout  the  series.  By  combining  together  a number  of  cups, 
such  as  are  represented  in  Fig.  17,  we  form  an  excellent  compound  cir- 
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cuit.  Each  cup  contains  a zinc  and  a copper  plate,  which  are  connected 
together  as  described  above.  By  examining  this  arrangement,  it  will  be 
seen  that  one  extreme  of  the  series  is  copper  and  the  other  zinc.  If  these 
two  extremes  or  poles  are  connected  by  a copper  wire,  the  current  will  flow 
in  the  direction  of  the  arrows,  both  through  the  series  and  over  the  wires. 

Derived,  or  Shunt  or  Branch  Currents. — When  a current  in  its  passage 
through  any  conductor  meets  with  different  qualities  of  resistance,  it  sub- 
divides into  various  branch  currents.  In  Fig.  i8  the  current  goes  from 
the  elements  through  the  wire  r,  g,p,  n,  m ; but  if  a second  Avire  n,  x,  g be 
interposed,  the  current  Avill  divide  at  g,  n,  part  going  by  way  of  g and  part 
around  through  a:,  n.  The  divided  currents  which  go  through  the  wires 
are  called  derived  or  shunt  currents.  If,  instead  of  one  or  two  Avires, 
a large  number  \\'ere  interposed,  the  current  Avould  subdivide  itself  as  many 
times  as  there  Avere  Avires,  part  going  through  each  Avire. 

In  thus  dividing  into  derived  or  shunt  currents,  two  laws  are  obeyed: 


Fig.  i8. 


1 The  sum  of  the  strength  of  the  divided  current  is  equal  to  the 
strength  of  the  principal  current.  If  (in  the  figure)  the  strength  of  the 
current  g,  /,  n is  40,  and  g,  x,  n is  60,  then  the  strength  of  the  principal 

current  in  r,  g,  before  division,  is  100. 

2 The  strength  of  the  currents  in  the  divided  parts  is  inversely  as 

the  resistance  in  those  parts.  This  law  supplements  the  first.  Resist- 
ance is  directly  as  the  length  and  inversely  as  the  diameter.  ^ ^ 

If  tlie  derived  wires  are  of  the  same  length  and  diameter  as  the  princi- 
pal Avire,  then  the  current  Avill  divide  into  equal  parts  between  them.  If 
tlie  derived  wires  are  of  the  same  length  as  the  principal  wire,  but  of  ^ un- 
equal diameters,  the  current  will  divide  unequally,  according  to  the  diaim 
eter  of  each  wire.  The  law  may  be  illustrated  by  thinking  of  the  course 
that  rivers  pursue  when  they  are  subdivided  or  split  up  into  deltas.  1 le 
quantity  of  water  that  flows  through  all  the  subdivisions  or  de  tas  would 
be  equal  to  the  quantity  that  flowed  through  the  main  stream  before  the 
divisions  took  place.  If  the  subdivisions  are  of  different  sizes,  the  deep- 
est and  Avidest  will  convey  the  most  water. 

When  electricity  passes  through  the  human  body  it  encounters  tissue 

that  differ  considerably  in  their  conductivity,  and  hence  .t 

an  infinite  number  of  derived  or  shunt  currents,  the  strength  of  tvh.ch 
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varies  with  the  nature  and  length  of  the  tissues.  This  point  will  be  fur- 
ther illustrated  in  “ Electro-Physiology  and  Electro-Therapeutics.” 

Description  of  Voltaic  Batteries.— this  head  may  properly  be 
included,  first,  a description  of  the  voltaic  pile,  which  was  constructed  by 
Volta  in  1799,  and  became  known  in  England  in  1800. 

The  apparatus  consists  of  a number  of  disks  piled  one 
above  the  other.  The  arrangement  is  in  the  following 
order:  A disk  of  copper  is  placed  on  a frame  of  wood; 
a disk  of  cloth,  moistened  by  acidulated  water,  is  then 
placed  on  the  copper,  and  then  a disk  of  zinc  on  the 
cloth  completes  what  is  called  the  voltaic  couple.  A 
series  of  such  couples  constitutes  a voltaic  pile — the 
terminal  copper  being  the  positive  and  the  terminal  zinc 
the  negative  pole. 

This  apparatus  is  inconstant  and  unreliable,  easily 
corrodes,  has  many  inconveniences,  and  is  now  out  of 
use.  Various  modifications  of  the  voltaic  pile  have 
been  devised,  but  all  of  them  are  too  inconstant  for 
electro-therapeutic  purposes,  or  indeed  for  any  sus- 
tained use  whatsoever. 

Polarization  in  Batteries. — When  two  metals,  as  zinc 
and  platinum,  are  placed  in  acidulated  water,  the  plati- 
num plate  becomes  covered  with  a film  of  hydrogen. 

This  hydrogen  is  electro-positive,  like  zinc,  and  so  when 
the  platinum  becomes  well  covered  we  have  electro- 
positive zinc  opposed  to  electro-positive  hydrogen,  and 
thus  the  current  becomes  enfeebled,  if  not  destroyed. 

This  polarization  in  batteries  is  prevented  in  three  ways : 

1.  By  Mechanical  Depolarization. — By  keeping  the  liquids  in  constant 
agitation.  Blowing  into  the  liquid  with  a bellows,  or  stirring  the  liquid 
by  any  mechanical  arrangement,  keeps  the  surface  of  the  platinum  or  car- 
bon free  from  hydrogen,  and  thus  prevents  the  weakening  of  the  current. 

On  the  same  principle  we  explain  the  fact  that  lifting  the  metals  out 
of  the  liquid  for  a moment  or  two  at  once  increases  the  strength  of  the 
current.  While  in  action,  the  hydrogen  accumulates  on  the  platinum;  by 
removing  the  metals  from  the  liquid  an  instant,  the  hydrogen  escapes  and 
the  battery  is  as  good  as  ever. 

2.  By  Cheniic  Depolarization. — By  this  is  meant  the  addition  to  the  di- 
lute acid  or  other  excitant  to  dissolve  the  zinc  some  more  powerful  chemic 
agent  as  a depolarizer. 

3.  By  Electro-Chenuc  Depolarization. — In  a cell  with  two  metals,  each 
metal  dipping  into  a solution  of  its  own  salt,  the  two  solutions  being  kept 
apart  by  a porous  partition,  the  electro-motive  force  does  not  change. 
The  anode  would  not  polarize  when  it  dissolves  into  the  excitant;  the 
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•cathode  would  not  polarize  since  it  receives  merely  an  additional  thick- 
ness of  the  same  sort  as  itself.  This  principle  of  avoiding  polarization 
is  illustrated  in  the  Daniell  and  other  double-fluid  cells. 

Polarizatio7i  of  Electrodes  atid  Cjii'reiits  of  Polarizatio7i. — The  electrodes 
that  convey  the  current  through  acidulated  water  also  become  polarized. 

Oxygen  covers  the  positive  and  hydrogen  the  negative  electrode.  Hy- 
drogen being  electro-positive,  and  oxygen  electro-negative,  these  two 
gases  act  like  two  metals,  and  if  the  current  of  the  battery  be  broken  and 
the  two  films  of  oxygen  and  hydrogen  are  connected  metallically,  an  elec- 
tric current  is  obtained,  just  as  a current  is  obtained  between  zinc  and 
platinum.  In  the  liquid  the  current  flows  from  the  film  of  hydrogen  to 
the  film  of  oxygen.  Two  electrodes  covered  in  this  way  with  films  of  gas 
are  called  polarized,  and  the  currents  generated  by  these  are  called  the 
currents  of  polarization.  These  currents  of  polarization  are  always  in  a 
direction  opposite  to  the  main  current,  and  tend  to  interfere  with  and 
weaken  it.  This  polarization  of  the  electrodes  takes  place  more  or  less 
in  all  applications  of  the  galvanic  current.  One  evidence  of  this  is  the 
discoloration  of  the  electrodes  that  are  employed  in  electrization  after 
long  use.  To  meet  this  difficulty  unpolarizable  electrodes  have  been  de- 
vised. The.se  will  be  described  under  “ Electro-Therapeutics.” 

Acawiulaiors  or  Seco/ida/y  Piles. — If  a series  of  plates  of  platinum, 
with  moistened  cloths  between  them,  be  connected  with  the  poles  of  a 


battery,  the  gases  (oxygen  and  hydrogen)  resulting  from  the  decomposi- 
tion of  the  water  accumulate  in  films  on  the  plati- 
num. If  now  the  series  be  separated  from  the  bat- 
tery, it  will  itself,  through  the  action  between  these 
films  of  gases,  generate  a current.  A pile  thus 
formed  is  called  a secondary  pile.  It  was  discov- 
ered by  Ritter.  The  accumulator  devised  by  Gas- 
ton Plante  (Fig.  20)  consists  of  two  pieces  of  sheet 
lead  rolled  up  as  electrodes,  but  without  touching, 
and  dipping  into  dilute  sulphuric  acid. 

Gas  Batteries. — The  gas  battery  of  Grove  is 
constructed  on  the  same  principle.  The  gases  are 
collected  in  glass  tubes,  oxygen  in  one  and  hydrogen 
in  the  other,  and  in  each  tube  is  fastened  a plati- 
num electrode.  The  tubes  are  inverted  over  sul- 
phuric acid.  When  the  electrodes  are  connected 
with  a galvanometer  a current  is  indicated,  the  di- 
rection of  which  is  from  oxygen  to  hydrogen. 

There  are  two  general  varieties  of  batteries, 
double  and  single  cell,  but  there  are  innumerable 
varieties  of  these,  and  only  a few  of  the  most  important  can  be  described. 
Doulde-Cell  Co7ista7it  Batteries.— current  produced  by  elements 


Fig.  20. 
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with  a single  liquid  becomes  rapidly  enfeebled,  because  of  the  polariza- 
tion. This  polarization  is  prevented  in  the  double-cell  batteries  of  Dan- 
iell,  Grove,  and  Bunsen,  by  placing  the  electro-negative  element  in  a li- 
quid that  is  acted  upon  chemically  by  the  deposited  hydrogen.  Currents 
from  these  double-cell  batteries  are  called  constant,  because  they  do  not 
weaken  so  rapidly  as  currents  from  single-cell  batteries,  and  the  metals 
can  be  allowed  to  stand  all  the  time  in  the  solution. 

DanielPs  Battery  (Fig.  21). — The  first  constant  battery  was  invented 
by  Professor  Daniell,  of  Edinburgh,  in  1836.  To  prevent  the  evolution 
of  hydrogen  at  the  copper  plate,  it  is  immersed 
in  a saturated  solution  of  copper  sulphate 
(CuSOJ.  The  nascent  hydrogen  then  decom- 
poses the  CuSO^,  forming  sulphuric  acid  (H^SO  J 
and  a deposit  of  metallic  copper  on  the  copper 
plate. 

The  construction  is  as  follows:  The  more 
recent  forms  have  a glass  vessel  into  which  is 
placed  a cylinder  of  copper  immersed  in  a satu- 
rated solution  of  copper  sulphate.  Inside  of 
this  copper  cylinder  a porous  cup  of  unglazed 
earthenware  containing  a solution  of  zinc  sul- 
phate, into  w'hich  is  placed  a zinc  rod  amalga- 
mated. The  copper  cylinder  is  arranged  at  the 
top  with  a shelf,  perforated,  upon  which  are  placed  crystals  of  copper  sul- 
phate for  the  purpose  of  keeping  the  solution  of  copper  salt  saturated.  A 
well-constructed  and  thoroughly  prepared  Daniell’s  battery  will  remain 
active  for  a long  period  of  time. 

Chemic  Beactiofis  in  the  Daniell  Battery. — The  arrow  indicates  the 
direction  of  the  current,  and  the  porous  cup  or  partition  by  the  double 
vertical  lines. 

\V  ith  dilute  zinc  sulphate,  the  electrolytic  circuit,  prior  to  the  first  in 
the  chemic  reaction,  is  as  follows: 


X . ■ ,, * , 

Zn,  1 ZnSO,  | ZnSO,  ||  CuSO,  | CuSO,  | Cu^ 

After  the  first  step : 

Zn^_,  I ZnSO,  ] ZnSO,  ||  ZnSO,  | CuSO,  | Cu^+. 

The  action  taking  place  is  a very  simple  one.  There  is  a decrease 
of  metallic  zinc  and  increase  of  metallic  copper.  Zinc  crowds  copper  out 
of  the  copper  sulphate,  so  that  there  is  a continuous  change  of  CuSO^  into 
ZnSO^  by  this  process  of  replacement.  The  electro-motive  force  of  a 
Darnell’s  battery  as  ordinarily  set  up  is  about  1.08  volts. 

Grove's  Battery.— battery  differs  from  Daniell’s  mainly  in  the 
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substitution  of  a nitric-acid  for  a sulphate-of-copper  solution,  and  plati- 
num for  copper,  by  which  increased  electro-motive  force  is  obtained.  In 
Fig.  2 2,  A represents  a glass  vessel  containing  dilute  sulphuric  acid,  Z a 
cylinder  of  zinc  open  at  both  ends,  and  V an  unglazed  earthenware  vessel 
partially  filled  with  nitric  acid.  P is  a plate  of  platinum,  with  a cover, 
C,  which  rests  on  the  porous  vessel  when  the  platinum  is  immersed  in  the 
nitric  acid  solution ; h and  a are  binding-screws,  which  connect  respectively 
with  the  platinum  and  zinc. 


Fig.  22. 


In  this  arrangement  a double  reaction  occurs  between  the  zinc,  sul- 
phuric acid,  and  nitric  acid,  giving  as  a result  sulphate  of  zinc,  water,  and 
nitrogen  dioxide,  which  is  disengaged,  and  by  contact  with  the  air  be- 
comes nitrogen  tetroxide.  The  reaction  in  Grove’s  nitric-acid  battery 
is  as  follows:  ist,  zinc;  2d,  sulphuric  acid;  3d,  porous  cup;  4^^!,  nitric 
acid;  5th,  platinum, 

Zn3  + (H,SOJ,  -f  (HNOJ,  = (ZnSO,),  + N,0,  -f  (H,0)„ 

also  N,0,  -f  O,  = NjO,  by  contact  with  the  atmosphere.  Force  must  be 
lost  by  the  evolution  of  these  nitrous  fumes.  Prof.  Wolcott  Gibbs,  of 
Cambridge,  has  discovered  that  a small  quantity  of  bichromate  of  potash 
in  the  nitric-acid  cup  of  Grove’s  battery  acts  as  a deodorizer  by  taking  up 
the  disagreeable  nitrous-acid  fumes.  Thus  one  of  the  most  serious  objec- 
tions to  the  use  of  this  battery  is  removed.  Grove’s  battery  was  invented 
in  1839. 

J3u7isc7i's  Double-Fluid  Nitric  Acid  Buttery. — This  battery  is  very  sim 
ilar  to  Grove’s.  It  differs  from  it  only  in  the  substitution  of  carbon  for 
platinum.  The  letter  P in  Fig.  23  represents  a single  element,  as  it  ap- 
pears when  ready  for  use.  _ 

F is  a vessel  of  glass  containing  dilute  sulphuric  acid.  Z,  a cj  m . er 
of  amalgamated  zinc.  V,  a porous  vessel  partly  filled  with  oidinan  n 
trie  acid;  and  C,  a bar  of  carbon  or  coke.  The  zinc  is  first  placed  in  t le 
vessel  F,  after  which  the  porous  vessel  V,  into  the  nitric-acid  solution  o 


walker’s  zinc-carbon  battery. 
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which  the  carbon  C has  been  immersed,  is  inserted  into  the  zinc  cylinder. 
The  binding-screws  m and  n are  respectively  the  positive  and  negative 
poles.  The  chemic  action  in  the  Bunsen  battery  is  precisely  the  same  as 
in  the  Grove.  The  hydrogen  is  intercepted  by  the  nitric  acid,  and  is  thus 
prevented  from  reaching  the  carbon  prism  by  oxidation. 


Pig.  23. 


Bunsen's  Bichromate  Battery  (invented  in  1843). — In  this  battery  a 
solution  of  bichromate  of  potash  or  sodium  is  used  in  the  following  pro* 
portions : 

Bichromate  of  potassium  or  sodium 

Sulphuric  acid,  commercial 

Water 


77  gni. 

78  c.c. 
750  c.c. 


Dissolve  the  bichromate  into  boiling  water:  when  cold,  slowly  add 
the  sulphuric  acid.  After  all  is  thoroughly  cold  it  is  ready  for  use. 

An  ordinary  Bunsen  battery  maybe  setup  as  follows:  In  the  glass 
vessel  place  the  amalgamated  zinc  cylinder,  with  a solution  of  dilute 
sulphuric  acid.  Place  in  the  centre  of  the  zinc  the  porous  cup  containing 
the  bichromate  solution  and  the  carbon  prism.  Or  since  both  solutions 
contain  sulphuric  acid,  the  porous  cup  can  be  dispensed  with  and  both 
zinc  and  carbon  immersed  in  the  same  fluid.  In  this  latter  case  the  zinc 
IS  usually  placed  between  two  plates  of  carbon,  and  insulated  so  as  to  pre- 
vent local  action,  also  to  reduce  the  internal  resistance.  The  electro-motive 
force  is  about  1.9  volts. 

The  products  of  chemic  reaction  are  chrome  alum,  sulphate  of  zinc 
and  water.  ’ 


Walker’s  Zinc- Carbon  Battery.— In  this  battery  the  same  solution 
(electrolyte)  is  used,  composed  of  bichromate  of  potash  or  sodium,  sul- 

p uric  acid,  and  water,  formula  of  which  is  same  as  for  Bunsen  bichro- 
mate battery. 


While  the  action  of  the  bichromate  battery  is  such  as  to  require  some 
attention  to  keep  in  order,  it  is  less  objectionable  than  many. 

everal  modifications  of  this  battery  have  largely  entered  into  corainer- 
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cial  use.  Among  others  are  the  well-known  types  of  Grenet,  Plunge, 
Fuller,  together  with  the  great  variety  adapted  for  operating  faradic  coils, 
to  say  nothing  of  the  portable  galvanic  apparatus.  The  products  of 
chemic  reaction  in  the  various  modifications  are  similar  to  the  Bunsen  bi- 
chromate battery. 

It  might  be  w'ell,  before  proceeding  further,  to  suggest  the  advantages 
of  sodium  bichromate  over  potassium  bichromate.  This  has  not  been  ap- 
preciated until  quite  recently : 

1.  It  contains  a larger  percentage  of  available  oxygen. 

2.  It  is  more  soluble  and  dissolves  in  any  quantity  desired.  A more 
dense  solution  can  be  used  to  advantage. 

3.  The  battery  does  not  require  to  be  recharged  so  frequently. 

4.  The  sodium  bichromate  solution  is  not  so  soon  exhausted  of  useful 
oxygen,  and  will  maintain  a large  current  with  a lower  rate  of  loss. 

5.  The  double  sulphate  of  sodium  and  chromium,  if  they  are  formed 
at  all,  do  not  crystallize  as  in  the  case  of  potassium  chrome  alum,  but  re- 
main ’ in  solution.  The  cells  are  therefore  free  from  heavy  crystalline 


formation  and  readily  cleaned.  ... 

If  the  current  falls,  because  of  the  exhaustion  of  the  solution  in  direct 
contact  with  the  plates,  it  may  be  increased  by  lifting  the  plates,  agitating 
the  fluid,  or  by  carefully  swinging  the  apparatus— to  displace  fluid,  sub- 
stituting new  at  the  surface  of  plates.  By  adding  to  the  formula  for  solu- 
tion about  three  drachms  of  dissolved  mercury  (see  previous  directions  for 
amalgamating  fluid),  the  zincs  will  present  a bright  clean  surface  and  lo- 
cal action  will  not  take  place  so  rapidly. 

Never  immerse  the  plates  into  a waim  solution. 

The  carbons  should  be  thoroughly  baked  and  present  a hard,  Arm  ap- 
pearance. Carbons  that  are  poorly  prepared  contain  impurities  or  are  soft, 
will  rapidly  absorb  the  solution,  corrode  the  contacts,  and  not  oiBy  cause 
short  circuits,  but  by  corrosion  of  contacts  become  detached.  le  zinc 
plates  should  always  be  kept  well  amalgamated  and  the  parts  thorougi  y 


We  speak  thus  particularly  of  the  simple  zinc-carbon  battery,  because 
it  is  one  very  widely  used  in  electro-therapeutics,  and  it  is  important  that 
its  management  should  be  well  understood.  The  galvanic  batteries  for 
medical  use  are  mostly  of  single-cell  zinc-carbon  elements.  The  zmc-car- 
bon  battery,  like  Smee’s,  to  be  hereafter  described,  is  not  constant.  If 
the  metals  are  kept  long  immersed  in  the  solution,  the  power  rapidly  goes 
down.  It  is  necessary,  therefore,  to  keep  the  elements  out  of  the  solutio 
except  when  the  battery  is  in  use.  In  this  respect  the  battery  fers  veiy 
much  from  the  batteries  of  Grove,  Bunsen,  and  Leclanch  , w ler 
elements  are  never  removed  from  the  solution  except  to  be  cleaned  and 

^ Smee's  Battery.— battery  (Fig.  24),  invented  in  1840,  is  veiy 


smee’s  battery. 
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economical,  convenient,  and  easy  to  manage,  and  on  that  account  has  been 
considerably  employed  to  operate  electro-magnetic  apparatus.  It  consists 
of  a plate  of  corrugated  platinum,  or  silver  covered  with  finely  divided 
platinum,  between  the  two  plates  of  zinc,  in  a solution  of  sulphuric  acid 
and  water  (one  part  to  ten  or  twelve). 

The  order  of  the  parts  in  Smee’s  sulphuric  acid  battery  is  as  follows: 

I St,  Zinc;  2d,  sulphuric  acid;  3d,  platinum. 

Reaction. 

Zn  -f  H,SO,  = ZnSO,  + H, 

The  chemic  action  of  this  battery  is  more  rapid  than  that  of  the  sul- 
phate of  copper  battery,  because  platinum  is  more  positive  than  copper, 
whose  place  it  occupies  in  the  sulphate  of 
copper  battery.  The  disengagement  of  the 
hydrogen  is  effected  by  mechanical  means, 
but  there  must  be  a large  loss  of  force  in 
changing  hydrogen  to  a gaseous  state,  pre- 
cisely as  force  is  lost  in  changing  water  to 
steam. 

The  object  of  corrugating  the  platinum 
plate,  or  making  it  into  folds  or  furrows,  is 
to  give  greater  surface.  The  object  in  cover- 
ing it  with  finely  divided  platinum  is  to 
roughen  the  surface  so  that  the  hydrogen 
will  not  adhere.  It  is  customary  in  using 
the  battery  to  keep  about  half  a tablespoon- 
ful of  mercury  in  the  bottom  of  the  cup,  in 
order  that  the  zincs  maybe  all  the  time  well 
amalgamated.  Care  should  be  taken,  in  the  Fm.  24. 

preparation  of  this  battery,  to  prevent  the  mercury  from  collecting  on  the 
platinum  plate.  If  by  any  carelessness  it  does  get  on  the  platinum  plate,  it 
I will  turn  it  to  the  color  of  mercury,  and  will  weaken  or  destroy  the  force  of 

I the  battery.  In  this  battery  slight  action  goes  on  even  when  the  connections 
! are  not  made;  this  is  evidenced  by  the  formation  of  sulphate  of  zinc  at  the 
I top  of  the  metals  after  they  have  been  long  immersed.  It  is  therefore  an 
I advantage  in  using  the  battery  to  keep  the  elements  out  of  the  solution 
; when  not  needed.  In  some  modifications  of  this  form  of  battery,  such  as 
I the  hydrostat  tip,  as  made  by  Kidder  Manufacturing  Company,  all  the 
plates  are  removed  from  the  solution  by  giving  the  jar  a quarter  turn. 

If  a little  care  is  exercised  with  the  battery,  and  by  keeping  the  top 
part  of  the  plates  coated  with  beeswax  or  shellac  varnish,  the  salts  cannot 
, accumulate  to  form  connection  between  the  platina  and  zinc  plates,  thus 
! consuming  the  power  of  the  solution. 
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Ledanche’s  Badery.— During  the  past  few  years  this  battery  has  at- 
tracted great  attention  both  among  telegraphists  and  electro-therapeutists. 
The  great  advantage  that  is  claimed  for  it,  where  it  is  not  used  too  long 
at  a time,  is  that  it  is  far  more  constant  than  any  other  battery  yet  in- 
vented. The  battery  was  devised  by  Leclanchd,  a Frenchman,  in  1868, 
and  bears  his  name.  A Leclanche'  cell  consists  of:  (i)  a rod  of  zinc  in  a 
concentrated  solution  of  chloride  of  ammonium;  (2)  a plate  of  carbon, 
packed  with  powdered  carbon  and  native  peroxide  of  manganese  in  a por- 
ous cell.  The  chemic  changes  that  take  place  in  a Leclanchd  battery  are 
these:  Chloride  of  ammonium  is  decomposed,  chlorine  combining  with 
the  zinc,  hydrogen  being  absorbed  by  the  oxygen  of  the  peroxide  of  man- 
ganese, and  ammonia  being  liberated.  The  ammonia  is  absorbed  by  the 
water,  but  in  process  of  time  the  water  becomes  saturated,  then  the  am- 
monia escapes  through  the  various  openings. 

The  chemic  formula  is  as  follows : 

Zn  4-  (Cl  NH  -4-  (MnO,),  = ZnCl,+  + (NH,),  4 Mn,03. 

Leclanchci’s  battery  was  first  arranged  for  electro-therapeutics  by 
Gaiffd,  an  instrument-maker  of  Paris.  It  has  been  modified  by  Tripier 
the  well-known  French  electro-therapeutist,  by  Keyser  and  Schmidt  of 
Berlin,  and  a portable  form  has  been  devised  by  Beetz,  of  Munich.  Le- 


FlG.  25. 


clanch^’s  battery  has  one  great  advantage  and  some  disadvantages.  Its 
advantage  it  7n  its  power  of  endurance.  If  no.  overworked  .t  w.ll  stand 
lor  monfhs  and  years,  and  yet  retain  sufficient  power  to  be  <1-^ 
in  electro-therapeutics.  This  is  not  true  of  any  other  battery ; even  Dan- 
iell’s  the  most  constant  of  ail,  and  as  variously  modified,  requires  replen- 
ishing or  cleaning  every  few  months,  else  it  goes  down  to  nothing. 

if  Fig.  as  three  Leclanchd  cells  are  shown  joined  m ^ ' 

Axo,”  4nda,>'  Law,  Sampson,  and  others  are  modified  forms  of  the 

''“Mfc/;Wec/Si/.ci-&/i-Chloride  of  silver  as  a depolarizer  was 
first  suggested  by  Marid  Davy. 
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The  elements  in  the  cell  are  zinc  and  silver  chloride,  which  through  the 
nascent  hydrogen  becomes  metallic  silver.  This  battery  does  not  readily 
polarize,  and  is  much  used  for  induction  coils  as  well  as  to  generate  the 

direct  current  for  therapeutic  purposes. 

Gravity  Cells. — A modification  of  the  Daniell  cell  already  described 
is  the  gravity  cell,  in  which,  instead  of  employing  a porous  cell  to  keep 
the  two  liquids  separate,  it  is  possible,  where  one  of  the  liquids  is  heavier 
than  the  other,  to  arrange  that  the  heavier  liquid  shall  form  a stratum  at 
the  bottom  of  the  cell,  the  lighter  floating  upon  it.  It  is  a cheap  cell  and 
simply  constructed,  but  the  heavy  liquid  gradually  mingles  with  the  light- 
er, so  that  the  separation  is  not  perfect. 

Statistics  of  Cells.— electro-motive  forces  of  the  batteries  described, 
as  well  as  a number  of  others,  are  given  in  the  following  table : 


Name. 

Anode. 

Excitant 
(Solution  oQ. 

Depolarizer. 

Kathode. 

Approximate 

volts. 

Volta  (Wollaston,  etc.)  . 

Zinc 

H2SO4 

None 

Copper 

i.o  to  0.5 

Smee 

Zinc 

H2SO4 

None 

Platinized 

silver 

I.O  to  0.5 

Law 

Zinc 

H2SO4 

None 

Carbon 

1.0  to  0.5 

PoggendorfI  (G  r e n e t , 

Zinc 

H2SO4 

K-aUrgOT 

Carbon 

2.1 

Fuller,  etc.) 

Platinum 

Grove 

Zinc 

H2SO4 

HNOs 

1.9 

Bunsen 

Zinc 

H5SO4 

HN03 

Carbon 

1.9 

Leclanche 

Zinc 

NH4C1 

Mn02 

Carbon 

1.4 

Lalande 

Zinc 

KHO 

CuO 

Carbon 

0.8 

Upward 

Zinc 

ZnCb 

Cl 

Carbon 

2.0 

Fitch 

Zinc 

NH4CI 

KClOa+Na 

CIO3 

Carbon 

I. I 

Papst 

Iron 

FcaCIe 

Fe^CL 

Carbon 

0.4 

Obach  (dr}') 

Zinc 

NH4C1 
in  CaS04 

MnOa 

Carbon 

1.46 

Daniell  (Meidinger,  Min- 

Zinc 

ZnS04 

CUSO4 

Copper 

1.07 

otto,  etc.) 

De  la  Rue 

Zinc 

ZnCL 

Agcl 

Silver 

1.42 

Marie  Davy 

Zinc 

ZnS04 

HgQS04 

Carbon 

1.4 

Clark  (Standard) 

Zinc 

ZnS04 

HgaSOr 

Mercury 

1.434 

Weston 

Cadmium 

CdS04 

HgaSOr 

Mercury 

1.025 

Von  Helmholtz 

Zinc 

ZnCL 

HgaCla 

Mercury 

1.0 

Walker 

Zinc 

HaS04 

None 

Carbon 

.65 

Cal  Ian 

Zinc 

HqS04HN03 

None 

Iron 

1.7 

Becquerel 

Zinc 

ZnS04 

None 

Lead 

.55 

Niaudet 

Zinc 

NaCl 

None 

Carbon 

1.65 

Duchemin 

Platinum 

I“1  2SO4 

None 

Lead 

1.79 

Howell 

Gordon-Burnham 

Zinc 

Zinc 

(N  114)3804 

None 

None 

Carbon 

Copper 

2.04 

A ccumulators. 

(Plante,  Faure,  etc.)  . . . 

Lead 

II3SO3 

PbOa 

Lead 

2.1  to  1.85 

Before  closing  the  chapter  on  “ voltaic  batteries,”  we  desire  to  call  at- 
tention to  a new  battery — “ the  Gordon-Burnham  battery”  (Fig.  26).  It  is 
well  adapted  for  the  illumination  of  examination  lamps,  minor  cautery 
work,  and  operating  motors.  It  is  of  the  zinc  and  oxide  of  copper  type, 
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Fig.  26. 


greatly  improved,  and  develops  a large  amount  of  energy.  The  electro- 
motive force  is  about  one  volt.  Internal  resistance  .04  of  an  ohm,  or  prac- 
tically nil.  It  operates  equally  as  well  on  closed 
or  open  circuits. 

The  points  of  superiority  as  determined  by 
careful  tests  and  practical  demonstrations  are: 
Long  life,  discharging  at  a rate  of  eight  centiam- 
peres  for  six  months  without  any  attention ; effi- 
ciency, free  from  local  action ; no  gases  or  odors, 
and  maximum  energy. 

Instruments  for  Measuring  Electricity. — The 
instruments  for  measuring  electricity  are  quite 
numerous,  and  some  of  them  are  very  delicate. 
It  is  necessary  here  to  describe  only  a sufficient 
number  to  illustrate  the  principles  involved. 

Galvanometers. — A galvanometer  is  an  in- 
strument for  indicating  the  presence  and  direc- 
tion of  a current,  and  for  measuring  its  strength. 
There  are  several  varieties  of  galvanometers,  but  all  are  constructed  on  the 
same  general  principle — a magnet  freely  hung  so  as  to  be  deflected  by  the 
passage  of  a current  through  a coil  of  insulated  wire.  There  are  various 
types,  known  as  absolute,  astatic,  ballistic,  dead  beat,  differential,  sine, 
tangent,  torsion,  etc. 

Astatic  Galvanometer. — This  form  of  galvanometer  is  used  either  to 
detect  the  simple  presence  of  a current,  or  to  measure  the  strength  of  a 
weak  current.  Let  A and  B (Fig.  27)  represent  two  needles  of  about  equal 
strength,  having  the  same  axis  and  having 
their  poles  reversed  in  reference  to  each 
other.  The  needles  will  settle  a very  little 
in  the  meridian,  from  the  fact  that  one  of 
them  is  very  slightly  more  highly  magne- 
tized than  the  other. 

C is  an  insulated  wire,  bent  around  the 
lower  needle  several  times.  When  a current  is  passed  through  this  wire, 
the  needles  will  be  influenced  to  turn  in  the  same  direction.  In  this  way 
the  passage  of  the  most  feeble  current  may  be  detected.  In  connection 
with  a thermo-electric  pile,  this  instrument  is  capable  of  indicating  a 
change  of  temperature  of  only  a very  small  fraction  of  a degree.  Galva- 
nometers which  have  a long  resistance  coil,  and  in  which  a branch  resist- 
ance coil,  or  ‘‘  shunt,”  as  it  is  called,  is  interposed,  may  be  used  to  measure 
strong  currents  (see  chapter  on  Ohm’s  Law),  and  are  therefore  convenient 
in  comparing  batteries. 

Thomson's  Reflecting  Galvanometer.— William  Thomson  has  done 
much  to  advance  the  science  of  electrology  by  the  construction  of  his  re- 
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fleeting  or  mirror  galvanometer,  which  will  indicate  the  presence  of  very 
slight  currents.  This  instrument  consists  of  the  coils  of  a galvanometer, 
between  which  are  suspended,  by  an  unspun  silk  fibre,  a mirror  and  mag- 
net, which,  when  it  moves  under  the  influence  of  a current,  is  reflected 
through  a lens  on  a graduated  scale  placed  at  a little  distance  in  front  of 
it.  A lamp  is  placed  behind  the  screen,  which  contains  a slit,  through 
which  the  light  passes  to  the  mirror,  from  which  it  is  reflected  back  on 
the  graduated  scale.  When  the  magnet  is  deflected  by  the  passage  of  a 
current  through  the  coil,  the  beam  of  light  moves  to  the  right  or  left  along 
the  scale,  the  angle  made  by  the  reflected  light  being  twdee  the  angle 
through  which  the  mirror  and  magnet  are  deflected.  A very  small  deflec- 
tion of  the  magnet  produces  a very  great  displacement  of  the  reflected  light 
on  the  screen,  and  thus  a very  slight  current  can  be  detected. 

The  above  class  of  instruments  do  not  read  direct  units. 

Galvanometers  of  improved  types,  and  arranged  for  reading  direct  units 
for  the  commercial  measurements  of  currents,  are  of  many  forms.  They 
are  exceedingly  delicate,  and  each  instrument  must  be  carefully  calibrated 
and  its  scale  of  reading  made  especially  for  its  condition.  A true  instru- 
ment cannot  be  made  by  attaching  a printed  or  previously  prepared  scale. 
They  are  generally  constructed  to  read  off,  direct,  volts,  amperes,  milli- 
amperes,  etc.,  and  known  as  voltmeters,  amperemeters,  or  ammeters,  and 
milliamperemeters  or  milammeters. 

For  a more  detailed  description,  reference  should  be  had  to  standard 
electric  works. 

Rheostats  : Instruments  for  Measuring  Resistance. — The  rheostat,  an 
instrument  invented  by  Wheatstone,  was  originally  designed  to  ascertain 
the  relative  amount  of  resistance  of  different  conductors.  In  electro-thera- 
peutics it  is  employed  to  interpose  resistances  in  the  circuit,  etc.,  so  as  to 
delicately  modify  the  strength  of  the  current  within  small  fractions. 

In  electro-physiologic  investigations,  as  also  in  certain  branches  of 
electro-therapeutics — particularly  in  applications  to  the  ear — rheostats 
have  been  used.  The  more  modern  forms  will  be  described  in  Electro- 
Therapeutics. 

Early  History  of  Galvanism. — In  the  year  1786,  while  Galvani,  pro- 
fessor at  Bologna,  was  experimenting  with  an  old-fashioned  electric  ma- 
chine that  lay  near  a dish  of  frogs  that  had  been  prepared,  it  is  stated,  for 
his  sick  wife,  he  noticed  that  the  frogs  jumped  whenever  a spark  was 
drawn  from  the  conductor  of  the  machine.  On  observing  this,  it  occurred 
to  him  that  perhaps  he  had  found  a means  of  detecting  atmospheric  elec- 
tricity more  delicate  than  he  had  previously  employed.  In  order  to  test 
this,  Galvani  took  the  dish  of  frogs,  and,  with  his  neighbor  Camillo,  went 
out  on  the  terrace  of  his  house.*  It  was  a clear  evening  in  the  early  part 

* At  No.  g6,  in  .Strado  S.  Felice,  Bologna,  the  house  where  Galvani  lived,  with  terrace 
and  railings,  is  still  shown  to  travellers. 
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of  September,  and  no  marked  electric  phenomena  were  apparent  in  the  air. 
Fixing  an  iron  hook  in  the  spine  of  each  frog,  he  suspended  it  from  the 
iron  railing. 

Behold,  spontaneous  movements  appeared  in  the  frogs,  various  in  their 
character  and  quite  frequent! 

That  moment  was  the  birth  of  the  science  of  galvanism.  At  once  there 
flashed  on  the  mind  of  Galvani  the  query.  What  causes  these  contractions? 
There  were  no  electric  disturbances  in  the  air;  the  electric  machine  was 
far  away  inside  the  house.  Could  there  be  electricity  in  the  frogs  them- 
selves? In  the  history  of  science  it  often  happens  that  a theory  partly 
false  guides  us  into  facts  that  are  wholly  true.  Thus  it  happened  to  Gal- 
vani. 

From  that  moment  until  he  died  he  lived  in  an  atmosphere  of  experi- 


PlG,  28. 

ment.  Frogs  without  number  were  slaughtered,  and  all  for  the  purpose 
of  proving  to  himself  and  others  that  it  was  animal  electricity  that  caused 
these  contractions. 

Galvani’s  researches,  as  soon  as  they  were  made  public,  in  1791,  ex- 
cited great  interest  among  scientific  men,  and  inspired  him  to  make  an- 
other attempt  to  master  the  mysteries  of  electricity.  At  the  time  when 
Galvani  made  his  discovery,  the  interest  excited  by  the  discovery  of  the 
Leyden  jar  and  Franklin’s  kite,  about  forty  years  previously,  had  died  out. 
Philosophers  had  followed  the  vein  thus  opened  about  as  far  as  it  seemed 
to  lead.  They  supposed  that  the  battles  of  electricity  were  all  fought  out, 
and  so  they  were  laying  aside  their  armor.  On  the  announcement  of  Gal- 
vani’.s  discovery,  his  experiments  were  repeated  all  over  Europe,  and  the 
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theory  that  the  contractions  of  the  muscles  of  the  frog  were  due  to  animal 
electricity  was  universally  adopted. 

Volta's  Researches ; The  Theory  of  Contact  and  Chcmic  Actioii. — Among 
those  who  were  stimulated  by  the  discovery  of  Galvani  was  Volta,  profes- 
sor of  physics  in  Pavia,  Italy,  who  had  already  been  long  distinguished 
as  an  electric  experimenter,  and  who,  in  the  knowledge  of  this  special 
branch,  was  far  superior  to  Galvani. 

At  first  Volta  accepted  Galvani’s  theory  of  animal  electricity,  but  sub- 
sequent research  caused  him  to  doubt  its  truth.  He  observed  that  it  was 
only  by  means  of  heterogeneous  metals  that  muscular  contractions  could 
invariably  be  produced,  and  hence  he  denied  the  existence  of  animal 
electricity,  explaining  the  phenomenon  of  muscular  contractions  through 
the  influence  of  the  artificial  electricity  excited  by  a heterogeneous  metallic 
combination.* 

Galvani  then  not  only  demonstrated  that  contractions  could  readily  be 
caused  by  exactly  homogeneous  metals,  but  that  the  phenomenon  was  pro- 
duced by  the  simple  contact  of  nerve  and  muscle.  His  manner  of  experi- 
menting was  as  follows:  The  leg  of  a frog,  denuded  of  its  skin,  had  its 
sciatic  nerves  cut  at  their  exit  from  the  vertebral  column.  The  nerves 
thus  denuded  were  taken  gently  up  by  some  non-conductor  and  made  to 
touch  one  of  the  muscles,  when  the  leg  would  immediately  become  con- 
vulsed. Volta  endeavored  to  prove  that  the  concussion  caused  by  the 
contact  of  nerve  and  muscle  was  the  cause  of  the  electric  current  thus  pro- 
duced; but  Galvani  conclusively  demonstrated  that  such  could  not  be  the 
case,  by  placing  a non-conductor  between  the  two  tissues,  when  no  action 
could  be  excited  in  the  leg.  He  went  further,  and  at  last  succeeded  in 
producing  muscular  contractions  when  only  the  nerves  of  non-prepared 
legs  were  brought  in  contact. 

The  discovery  of  the  voltaic  pile,  which  excited  great  interest  in  men 
of  science,  seemed  to  decide  the  battle  for  Volta,  and  all  the  efforts  of 
Galvani  to  convince  philosophers  of  the  existence  of  animal  electricity 
were  in  vain.  Galvani’s  first  observations  on  frogs  date  back  as  far  as 
1780.  He  first  published  his  researches  in  1791. 

Volta  did  not  undertake  the  investigation  of  the  subject  until  1792, 
the  year  following  the  publication  of  the  researches  of  Galvani.  And  yet 
Volta  has  almost  equal  claim  to  be  the  founder  of  the  science  of  galva- 
nism; for  while  Galvani  discovered  the  new  manifestation  of  electricity, 
he  failed  to  comprehend  its  true  value,  while  Volta,  by  the  discovery  of 
the  pile  which  bears  his  name,  demonstrated  what  Galvani  would  never 
believe,  but  which  Professor  Fabroni,of  Florence,  had  in  1792  suggested, 
that  chemic  action  was  the  source  of  the  electricity  in  Galvani’s  experi- 
ments. 

The  theory  that  the  experiment  of  Galvani  could  be  explained  by  chemic  action  was 
first  suggested  by  Professor  Fabroni,  of  Florence,  in  1792. 
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ELECTROLYSIS  (ELECTRO-CHEMISTRY). 

ElkctrolysiSj  dGnvGci  from  TjXsxvpov  3.nd  through  disGn^3.g. 
ing,  is  thG  act  or  procGSS  of  dGComposing  a compound  substance  by  gIgc- 
tricity. 

ElGCtro-chemic  decomposition  takes  place  at  both  poles,  but  with 
different  products  and  manifestations,  according  to  the  strength  of  the 
current,  the  nature  of  the  substances  acted  upon,  and  the  material  of 
which  the  electrodes  are  composed. 

History  of  Electrolysis.— chemic  effects  of  static  electricity  were 
first  investigated  by  Drs.  Priestley  and  Cavendish,  in  1784.  The  decom- 
position of  water  by  passing  through  it  a succession  of  discharges  of  static 
electricity  was  first  discovered,  in  1789,  by  Messrs.  Dieman,  Paetz,  Van 
1 roostwyck,  and  Cuthbertson.  The  power  of  the  galvanic  current  to  de- 
compose water  was  discovered  and  first  described  by  Messrs.  Nicholson 
and  Carlisle,  in  1800.  They  experimented  with  the  voltaic  pile,  which 
had  then  just  been  discovered,  lliese  exjjerimenters  also  decomposed 
other  substances  by  the  galvanic  current.  On  November  20th,  1806,  Sir 
Humphry  Davy  presented  to  the  Royal  Society  a lecture  “On  some  Chemic 
Agencies  of  Electricity,”  and  in  the  following  year  he  announced  his  dis- 
covery of  the  decomposition  of  the  fixed  alkalies.  Between  1831  and  1840 
Faraday  published  his  “Experimental  Researches  in  Electricity,”  in  one 
of  the  most  remarkable  series  of  scientific  essays  that  ever  proceeded  from 
the  pen  of  man. 

Ta-minology  of  Electrolysis. — With  the  aid  of  two  friends,  Faraday  pre- 
pared the  following  terminology  of  electrolysis,  which  is  now  generally 
adopted.  The  poles  where  the  electricity  passes  in  and  out  of  the  body 
that  is  undergoing  decomposition  are  called  electrodes  (electro,  and  Gr., 
hodos,  way).  The  surface  where  the  current  enters  the  decomposing  body 
IS  called  the  anode  (Gr.,  anodos,  way  up,  < ana,  up,  and  hodos,  way) ; the 
surface  where  the  current  leaves  the  decomposing  body  is  called  the  kath- 
ode (Gr.,  kathodos,  going  down,  < kata,  down,  and  hodos,  way).  The 
anode  is  in  contact  with  the  positive  pole  and  the  kathode  with  the  negative. 

Practically,  anode  is  used  as  synonymous  with  positive  pole,  and  kath- 
ode with  negative,  although,  strictly  speaking,  anode  and  kathode  refer  to 
the  points  of  the  decomposing  body,  and  positive  and  negative  to  the  poles 
of  the  battery  that  are  in  contact  with  these. 
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Compound  substances  that  are  directly  decomposable  by  the  current 
! are  called  electrolytes  (ij-lezr/xr/,  and  h'xo,  decompose).  To  electrolyze  a 
j body  is  to  chemically  decompose  it  by  the  current.  The  act  of  producing 
j electrolysis  is  called  electrolyzation. 

i The  elements  of  an  electrolyte  are  termed  ions  (siS>v,  participle  of  the 
verb  to  go).  These  ions  that  appear  at  the  anode  are  termed  anions, 
those  which  appear  at  the  kathode  are  termed  kations.  Formerly  anions 
were  termed  electro-negative,  and  kations  the  electro-positive  elements  of 
the  compound.  Water,  for  example,  is  an  electrolyte  that  evolves  two 
ions — oxygen  and  hydrogen;  oxygen  goes  to  the  anode  and  is  the  anion; 
hydrogen  goes  to  the  kathode  and  is  the  kation. 

No  substance  can  be  an  electrolyte  which  is  not  a conductor;  but  in 
the  readiness  with  which  they  are  decomposed  substances  widely  vary. 

I Every  electrolyte  must  contain  more  or  less  of  water.  Pure  water,  though 
I an  electrolyte,  is  yet  decomposed  only  with  great  difficulty ; but  by  adding 
j to  it  a little  sulphuric  acid,  or  certain  salts,  it  very  easily  undergoes  elec- 
j trolysis.  It  is  furthermore  believed  that  no  fluid  can  be  a conductor  with- 
I out  also  being  an  electrolyte;  that  is,  more  or  less  electro-chemic  decom- 
i position  must  take  place  when  the  galvanic  current  passes  through  any 
i fluid.  Substances  that  are  found  to  be  ready  electrolytes  are  chloride  of 
j sodium,  muriatic  acid,  and  iodide  of  potassium. 

j Laws  of  Electrolysis. — Although  electrolysis,  like  all  other  phenomena 
j connected  with  atomic  changes,  is  but  imperfectly  understood,  yet  some 
i of  the  general  laws  of  its  operations  have  been  already  well  ascertained. 

■ Among  the  more  important  of  these  laws  the  following  may  be  enu- 
I merated : 

I.  Definite  Electro-Chemic  Action. — It  has  been  found  that  when  seve- 
I ral  substances  are  simultaneously  decomposed  by  the  current,  the  ele- 
! ments  that  are  evolved  are  definite  in  quantity  and  are  electro-chemic 
1 equivalents  of  each  other.  This  law,  which  was  discovered  by  Faraday, 
j maybe  thus  illustrated:  Let  the  current  be  sent  successively  through  a 
! series  of  cells  filled  with  oxide  of  lead,  chloride  of  lead,  and  chloride  of 
I silver.  The  different  substances  would  combine  in  the  following  propor- 
j tions ; 

i At  the  Positive  Pole.  At  the  Negative  Pole. 


Water 8 grs.  oxygen.  i gr.  hydrogen. 

Oxide  of  lead 8 “ “ 113.5  grs.  lead. 

Chloride  of  lead 35.5  “ chlorine.  103.5  “ “ 

Iodide  of  lead 127  “ iodine.  103.5  “ “ 

Chloride  of  silver 35.5  “ chlorine.  108  “ silver. 


These  numbers,  it  will  be  seen,  represent  the  combining  proportions  of 
these  substances. 

Substances  combine  in  equivalent  proportions;  they  are  decomposed  in 
the  same  equivalent  proportions. 
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2.  Primary  and  Secondary  Results. — The  results  of  electrolytic  action 
are  distinguished  as  primary  and  secondary.  The  results  are  called  pri- 
mary when  the  elements  that  are  decomposed  appear  at  the  electrodes  un- 
changed and  uncombined;  the  results  are  called  secondary  when  the  ele- 
ments that  are  decomposed  are  changed  or  recombined  when  they  appear 
at  the  electrodes.  The  secondary  results  are  favored  by  the  nascent  con- 
dition of  the  elements  that  are  decomposed.  The  secondary  results  are 
caused  by  the  action  of  the  decomposed  elements  on  the  substance  of  the 
electrode,  or  on  the  substance  itself  that  is  undergoing  decomposition. 
Even  the  decomposition  of  water,  when  diluted  with  sulphuric  acid,  is 
really  a secondary  result.  Perfectly  pure  distilled  water  does  not  percep- 
tibly decompose  even  under  quite  a strong  urrent.  If  a few  drops  of  sul- 
phuric gases  are  added,  the  acids  are  freely  disengaged.  The  sulphuric 
acid  H^SO^  is  disengaged  by  the  current  into  at  the  negative  and  SO^ 
at  the  positive  pole;  the  former  is  liberated,  and  the  latter  SO^  at  the 
positive  pole  acts  on  the  water  and  forms  sulphuric  acid  again.  Second- 
ary decomposition  is  modified  by  the  material  of  which  each  electrode  is 
composed.  Thus  in  decomposing  sulphuric  acid,  when  the  positive  elec- 
trode is  made  of  carbon,  the  o.xygen  decomposed  acts  on  the  carbon,  form- 
ing carbonic  acid  and  carljonic  oxide.  Electro-chemic  action  continued 
for  weeks,  months,  and  years,  as  was  done  by  that  very  laborious  experi- 
menter, Mr.  Crosse,  of  Broomfield,  may  produce  as  secondary  results  in- 
teresting minerals,  such  as  quartz,  arragonite,  malachite.  During  these 
experiments  in  electro-crystallization  Mr.  Crosse  discovered  that  remarka- 
ble insect,  the  acarus,  which  appeared  in  electrized  solutions  of  sulphate 
of  iron,  sulphate  of  zinc,  and  nitrate  and  sulphate  of  copper.  It  was  sup- 
posed that  the  acari  arose  from  ova  deposited  by  insects  floating  in  the  at- 
mosphere, and  that  they  might  possibly  be  hatched  by  electric  action.  As 
a reward  for  this  discovery,  which  now  seems  to  be  almost  forgotten,  Mr. 
Crosse  was  subjected  to  absurd  and  outrageous  abuse,  as  though  he  were 
infringing  on  the  prerogatives  of  the  Creator.  Mr.  Weekes,  of  Sandwich, 
in  Kent,  subsequently  repeated  the  experiments  of  Crosse  by  passing  elec- 
tric currents  through  silicate  of  potash  in  glass  receivers  over  mercury. 

All  possible  care  was  taken  to  keep  out  foreign  matter.  After  a constant 
action  of  a year,  insects  appeared,  entirely  similar  to  those  obtained  by 
Mr.  Crosse.  The  metallic  deposits  in  electro-metallurgy  are  the  second- 
ary results  of  the  electro-chemic  decomposition.  Water  is  electrolyzed, 
hydrogen  is  disengaged  at  the  kathode,  and  oxygen  at  the  anode ; but  the 
hydrogen  reacts  on  the  metallic  solution,  combines  with  its  oxygen,  and 
frees  the  metal.  The  oxygen  also  combines  with  an  element  at  the  anode.  j 

In  the  section  on  Electro-Surgery  it  will  be  found  that  the  secondary  | 

decomposition  is  utilized  in  the  selection  of  the  material  used  for  needles  ; 
in  galvano-puncture. 

3.  The  Diffe7'ential  Action  of  the  Poles. — Different  elements  go  to  the 
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anode  and  the  kathode,  according  to  the  nature  of  the  substance  decom- 
posed and  the  material  of  which  the  electrode  is  made. 

Platinum  wire  makes  the  best  electrode  for  electrolytic  experiments  on 
various  substances,  because  platinum  is  not  acted  on.  Copper  and  silver 
wire  may  be  used,  but  the  secondary  action  which  they  cause  greatly  com- 
plicates the  experiment. 

To  distinguish  the  precise  character  of  the  changes  that  take  place  in 
the  electrolysis  of  many  substances  is  frequently  difficult,  and  sometimes 
impossible.  It  is  difficult  to  decide  whether  any  of  the  elements  of  the 
electrolyte,  besides  water,  undergo  decomposition ; and  whether  the  changes 
are  of  a primary  or  secondary  character. 

Among  the  substances  that  are  most  readily  decomposed  by  the  electric 
current  are  the  following: 

Iodide  of  Fotassium. — This  decomposes  under  a very  feeble  current,  the 
iodine  and  oxygen  going  to  the  positive  and  the  hydrogen  and  alkali  to 
the  negative.  Thus  the  decomposition  of  iodide  of  potassium  by  electric- 
ity affords  a very  good  means  of  distinguishing  the  poles.  The  brown 
color  of  the  iodine  always  appears  at  the  positive  pole.  The  whole  solu- 
tion soon  presents  the  color  of  iodine. 

Chloride  of  Sodium. — A solution  of  common  salt  decomposes  quite 
readily,  chlorine  appearing  at  the  positive  and  hydrogen  and  oxide  of  so- 
dium at  the  negative  pole.  If  the  positive  needle  is  platinum,  the  odor  of 
chlorine  is  at  once  detected ; if  it  is  of  copper,  the  chlorine  unites  with 
the  copper,  making  the  solution  turbid. 

Acetate  of  Lead. — This  salt  in  solution  decomposes  with  comparative 
slowness  by  secondary  action,  peroxide  of  lead  appearing  at  the  positive 
pole,  and  hanging  from  it  in  light  threads  or  masses.  The  water  fre- 
quently decomposes  before  the  lead  yields  at  all. 

I Nobilis  Iris-Rings. — It  is  by  the  electrolysis  of  lead  that  the  beautiful 
' iris-rings  are  produced.  A polished  steel  plate  is  put  in  a dilute  solution 
I of  acetate  of  lead.  The  steel  plate  is  connected  with  the  positive  pole  of 
' a galvanic  battery,  while  a wire,  connected  with  the  negative  pole,  is  put 
in  the  solution.  Peroxide  of  lead  is  at  once  liberated  on  the  steel  beneath 
; the  wire,  and  a film  extends  outward,  but  growing  thinner  and  thinner. 

Thus  a series  of  concentric  circles  is  formed  exhibiting  bright  iris  colors. 
' Nitric  Acid. — Strong  nitric  acid  conducts  well  and  decomposes,  oxygen 
I appearing  at  the  positive  pole,  nitrous  acid  and  nitric  oxide  at  the  nega- 
! tive  pole.  Dissolution  takes  place,  and  the  water  becomes  yellow. 

Nitrate  of  Potash. — This  is  a good  conductor,  and  yields  secondary 
' results. 

i Sulphurous  Acid. — This,  when  diluted,  yields  oxygen  at  the  positive 
j pole,  and  hydrogen  and  sulphur  at  the  negative. 

! Sulphuric  Acid. — This  yields  sulphur  at  the  negative  pole,  and  pro- 
! duces  secondary  results. 
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Muriatic  Acid. — A strong  solution  of  this  yields  hydrogen  at  the  nega- 
tive pole  and  chlorine  at  the  positive  pole. 

Electro-7netallurgy. — The  art  of  electro-deposition  or  the  extraction  of 
metals  by  the  galvanic  current.  It  is  a result  of  the  discovery  of  electro- 
lysis— is,  indeed,  simply  an  electrolytic  process. 

Theory  of  Electrolysis. — The  theory  of  electrolysis  at  present  accepted 
is  the  following : In  every  compound  one  of  the  elements  is  electro-posi- 
tive, the  other  electro-negative.  Under  the  influence  of  the  opposing  elec- 
tricities from  the  electrodes,  decomposition  and  recomposition  go  on  from 
one  pole  to  the  other.  But  these  decompositions  and  recompositions  are 
seen  only  at  the  electrodes. 

This  may  be  illustrated  by  the  electrolysis  of  water.  Water  is  com- 
posed of  one  atom  of  oxygen  and  two  atoms  of  hydrogen.  Oxygen  is  elec- 
tro-negative and  hydrogen  is  electro-positive. 

When,  now,  the  electrodes  are  dipped  in  water,  the  electro-negative 

oxygen  of  the  molecule  a (Fig.  29)  is 
attracted  to  the  positive  pole,  and  the 
electro-positive  hydrogen  is  repelled. 

The  oxygen  is  then  given  off  at 
the  positive  pole,  while  the  liberated 
hydrogen  unites  itself  with  the  ne.xt 
atom  of  oxygen  of  the  molecule  b,  while  the  original  atom  of  hydrogen  is 
expelled. 

This  atom  of  hydrogen  unites  with  the  oxygen  of  the  molecule  4 drives 
out  the  hydrogen  with  which  that  atom  had  been  previously  combined,  and 
so  on  through  the  whole  series  of  molecules  until  the  negative  pole  is 
reached.  Here  the  hydrogen  has  no  more  oxygen  to  combine  with,  so  it 
is  liberated  as  gas. 

The  electrolysis  of  all  other  electrolytes  is  similarly  explained.  This 
simple  and  ingenious  theory  was  devised  by  Grotthiiss  in  1805. 

Decofnposcd  Elements  Appear  Only  at  the  Electrodes. — In  electrolysis 
the  elements  decomposed  api^ear  only  at  the  electrodes;  the  intermediate 
region  presents  no  change,  although,  of  course,  it  must  be  traversed  by  the 
decompositions  that  occur.  This  is  illustrated  by  the  following  experi- 
ment of  Davy:  Three  vessels  are  connected  by  a cotton  wick  thoroughly 
moistened.  In  one  vessel  is  placed  an  alkaline  salt,  and  in  the  other  two 
water.  The  liquid  of  all  three  vessels  is  colored  with  syrup  of  violets. 
When  the  galvanic  current  is  made  to  pass  through  the  vessels,  the  liquid 
at  the  negative  pole  becomes  green,  and  the  liquid  at  the  positive  becomes 
red,  demonstrating  that  the  acid  goes  to  the  positive  and  the  alkaline  base 
to  the  negative  pole.  The  fluid  in  the  middle  vessel  suffered  no  change 
of  color,  although  it  must  have  been  traversed  by  the  acid  in  the  solution. 

Electrolysis  Compared  with  the  Reactions  in  the  Batteries.  — It  will  be 
observed  that  the  chemic  action  that  takes  place  in  the  fluids  of  any  bat- 
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tery  is  similar  to  electrolysis.  The  two  are,  indeed,  facts  of  precisely  the 
same  nature.  The  action  in  the  battery  is  accompanied  by  an  electric 
current;  the  action  in  electrolysis  occurs  as  a result  of  the  passage  of  a 
current. 

In  the  section  on  Electro- Surgery  it  will  be  shown  that  all  these 
physical  laws  of  electrolysis  have  a direct  and  necessary  bearing  on  the 
use  of  electrolysis  in  surgery. 


CHAPTER  V. 


INDUCED  ELECTRICITY— CURRENT  AND  MAGNETO-INDUCTION— 

ELECTRO-MAGNETISM— ALTERNATE  OR  PERIODIC  CURRENTS— 

THERMO-ELECTRIC  CURRENTS. 

Liduced  Electricity,  or  Electro-Magnetmn  : Electro-Dynamic  Inductmi, 
— We  have  seen  that  induction  means  the  action  that  electrified  bodies 
exert  on  other  bodies  at  a distance.  Electro-static  induction  has  already 
been  treated  of.  We  have  now  to  speak  of  the  induction  of  current-elec- 
tricity. 

Professor  Oersted,  of  Copenhagen,  first  observed  that  the  electric  cur- 
rent, brought  near  a magnetic  needle,  caused  it  to  deflect.  This  was  the 
earliest  observation  in  electro-magnetism. 

Philosophers  at  once  set  themselves  at  work  to  explain  this  phenome- 
non. The  discovery  was  not  an  accidental  one  on  the  part  of  Oersted. 
For  years  he  had  been  occupied  with  the  study  of  electro-physics,  and  as 
early  as  1807  he  had  published  a work  in  which  he  stated  that  he  purposed 
to  ascL.tain  whether  electricity  in  its  most  latent  state  had  any  effect  on 
the  magnet.  His  first  discovery,  that  the  needle  had  a tendency  to  place 
itself  at  right  angles  to  the  wire  in  which  a current  was  passing,  was  a 
natural  sequence  and  confirmation  of  his  early  researches.  This  discovery 
by  Oersted  formed  another  era  in  the  science  of  electricity;  for  in  1820 
the  enthusiasm  caused  by  the  discoveries  of  Galvani  and  Volta  had  sub- 
sided, just  as  the  enthusiasm  caused  by  the  Leyden  jar  and  Franklin’s  kite 
had  died  away  when  Galvani  made  his  renowned  experiment. 

Amph'c’s  I'heory  of  Magnetism. — Among  the  many  scientists  who 
sought  to  explain  and  unfold  the  phenomena  of  electro-magnetism  as  dis- 
covered by  Oersted,  it  was  reserved  for  Ampere  to  achieve  the  highest  suc- 
cess. This  theory,  which  was  developed  by  rigid  mathematical  demon- 
strations, was  that  each  molecule  of  a magnetic  body  is  traversed  by  close 
electric  currents.  These  currents  are  free  to  move  about  their  centres  of 
gravity,  but  the  coercitive  force,  which  is  weak  in  soft  iron  but  great  in 
steel,  tends  to  keep  them  in  position. 

Before  a magnetic  body  is  magnetized  these  molecular  currents,  or 
rings  of  electricity,  by  their  mutual  attraction  neutralize  each  other,  so 
that  their  combined  action  on  any  other  substance  is  nothing. 

When  a body  is  magnetized,  these  molecular  currents  assume  a paral- 
lel direction.  The  more  complete  the  magnetization  the  more  nearly  par- 
allel they  become.  When  they  are  completely  parallel,  the  limit  of  mag- 
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netization  is  reached.  Amphre  further  supposed  that  all  these  molecular 
currents  are  equivalent  to  a single  current  circulating  round  the  magnet. 
Still  further,  and  in  consonance  with  his  theory,  Ampere  supposed  that 
terrestrial  magnetic  effects  were  due  to  magnetic  currents  that  circulate 
round  the  earth  from  east  to  west,  perpendicular  to  the  magnetic  meridian. 
The  resultant  of  these  currents  is  a single  current  going  from  east  to  west. 
These  currents,  which  are  supposed  to  be  due  to  the  action  of  the  sun,  de- 
flect magnetic  needles,  magnetize  iron,  etc. 

The  Electric  Current  Acts  as  a Magnet : Solenoids. — In  confirmation  of 
Ampere’s  theory  of  magnetism,  it  is  found  that  when  a helix,  or  spirals  of 
covered  wire,  coated  in  such  a way  that  one  of  the  wires  passes  through 
the  axis  (solenoid,  as  it  is  called),  is  suspended  into  cups  of  mercury,  and 
traversed  by  a current,  it  will  act  like  a magnetic  needle  and  point  from 
north  to  south.  Ampere  gave  the  following  rule  by  which  the  directions 
of  the  needle  under  the  current  can  be  understood : Let  the  observer  imag- 
ine himself  placed  in  the  wire,  so  that  a current  enters  at  his  feet  and 
leaves  at  his  head,  while  his  face  is  turned  toward  the  needle;  the  pole 
will  always  be  deflected  toward  the  left  of  the  observer. 


Helix. — In  a helix  of  a copper  wire  through  which  a current  circulates, 
each  convolution  of  the  spiral  may  be  regarded  as  one  of  the  little  mag- 
nets of  Ampere’s  theory.  The  ends  of  the  spiral,  when  the  current  passes 
through  it,  act  on  a magnetic  needle  like  the  poles  of  a magnet.  Am- 
pere’s theory  explains  two  important  magnetic  phenomena. 

1.  Why  like  poles  repel  and  unlike  attract. 

Two  north  poles  of  a magnet  side  by  side  have  opposite  currents  and 
repel  each  other.  Similarly  with  two  south  poles.  But  a north  and  south 
have  currents  in  the  same  direction  and  attract  each  other. 

2.  Why  a magnetic  needle  places  itself  north  and  south.  A magnet 
can  come  to  rest  only  when  the  current  below  it,  nearest  the  earth,  is  par- 
allel to  the  earth  current.  The  magnetic  needle  turns  to  the  north  to  al- 
low the  currents  below  it  to  become  par- 
allel to  the  earth’s  current. 

Electro-Magnetic  Helix.  — Magnet- 
ism is  induced  in  a bar  of  soft  iron  by 
the  simple  passage  of  a current  near 
it,  in  a direction  at  right  angles  to  the 
bar.  If,  however,  the  wire  (Fig.  30)  en- 
circles the  iron  many  times,  this  effect 

will  be  much  increased.  Let  a current  be  passed  over  the  wire  in  the 
direction  of  the  arrows,  and  the  iron  within  will  become  strongly  magnet- 
ic, with  its  poles  as  shown  by  the  letters  S and  N.  If  the  enclosed  iron 
be  not  too  heavy,  it  will  be  drawn  to  the  centre  and  held  suspended  there. 

When  the  current  is  broken,  the  iron  ceases  to  be  magnetic;  while,  if 
a bar  of  hardened  steel  be  substituted  for  the  iron,  it  will  retain  its  ma"- 
4 ** 
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Fig.  31. 


netism  permanently.  Such  a coil  of  wire  is  called  a helix,  from  ^Xi$,  a 
winding,  and  a magnet  formed  in  the  manner  described  is  termed  an  elec- 
tro-magnet. 

Fig.  31  represents  the  general  form  of  an  electro-magnet.  It  is  com- 
posed of  a bar  of  soft  iron,  bent  into  the  form  of  a horseshoe.  An  insu- 
lated wire  is  coiled  round  its  extremities.  When 
a current  of  electricity  is  passed  through  the  coil, 
the  horseshoe  bar  becomes  magnetic,  and  attracts 
the  armature.  If  the  current  is  broken,  the  bar 
becomes  demagnetized  and  the  armature  falls  to 
the  ground.  Permanent  magnets  possess  much 
less  power  than  electro-magnets. 

If  the  iron  bar  within  the  helix  be  more  than 
a third  of  an  inch  in  thickness,  and  the  current 
be  of  moderate  strength,  the  magnetism  induced 
is  in  proportion  to  the  strength  of  the  current  and 
of  the  number  of  turns  in  the  coils.  Additional 
coils  of  the  wire  give  no  increased  magnetism, 
if  the  bar  is  thinner  than  one-third  of  an  inch.  In  this  case  max- 
imum is  soon  reached.  Again,  if  the  circuit  is  made  very  long,  thus  re- 
ducing the  strength  of  the  current,  the  advantage  usually  gained  by  the 
thick  bar,  and  by  increasing  the  number  of  coils,  may  be  lost.  The  iron 
bar  should  be  perfectly  pure  and  well  annealed,  in  order  that  the  electro- 
magnet may  quickly  acquire  and  as  quickly  lose  its  magnetism  on  closing 
and  breaking  the  circuit. 

Direction  of  the  Induced  Current. — If  a current  of  electricity  is  passed 
through  any  conductor,  it  will  induce  a 
current  in  the  opposite  direction  in  a 
second  conductor  situated  parallel  to  the 
first.  Let  A B,  Fig.  32,  be  a wire  con- 
nected at  either  extremity  with  the  poles 
of  a galvanic  battery,  and  M N a second  wire  parallel  and  near  to  the  first. 
As  soon  as  the  circuit  is  formed  and  a current  passes  from  + to  — , a 
secondary  current  is  induced  in  the  second  wire,  but  in  an  opposite 
direction. 

This  current  is,  however,  but  for  an  instant.  As  soon  as  the  circuit  is 
broken,  an  instantaneous  current,  with  its  direction  reversed,  is  again  es- 
tablished in  the  second  wire. 

Different  Orders  of  Induced  Currents. — Induced  or  secondary  currents 
have  themselves  the  power  of  producing  induced  currents  in  other  adja- 
cent circuits.  Currents  thus  induced  from  secondary  induced  currents  are 
called  tertiary  induced  currents.  These  tertiary  induced  currents  have 
also  the  power  of  producing  induced  currents  in  an  adjacent  circuit,  and 
so  for  a long  series. 
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Currents  produced  in  this  way  are  in  opposite  directions  alternately, 
sand  their  strength  diminishes  the  higher  they  ascend. 

As  a secondary  current  flows  in  a direction  opposite  to  that  of  the  bat- 
Itery  current,  so  the  tertiary  flows  in  a direction  opposite  to  the  secondary. 
This  law  holds  good  throughout  the  whole  series — the  strength  of  the  cur- 
irent  diminishing  as  the  distance  from  the  battery  increases. 

If  the  primary  coil  be  movable,  so  that  it  can  be  brought  in  closer 
proximity  to  the  secondary  coil  while  the  current  is  passing,  an  inverse 
current  is  produced  at  the  moment  of  its  approach,  the  same  as  when  the 
circuit  is  closed.  If  now  the  primary  coil  be  withrawn,  a direct  current  is 


L-  produced,  the  same  as  when  the  circuit  is  broken.  As  long  as  the  primary 
:coil  remains  in  one  position  and  the  circuit  not  interrupted,  all  evidence 
.of  electricity  in  the  secondary  wire  disappears.  If,  however,  while  in  this 
; position,  the  strength  of  the  primary  current  be  increased  or  diminished, 
.•momentary  currents  are  established  in  the  secondary  coil;  the  inverse  fol- 
c lowing  the  increase,  and  the  direct  current  following  the  decrease  in  the 
t strength  of  the  primary  current.  In  thus  experimenting,  it  is  much  more 
convenient  to  wind  the  wires  on  separate  bobbins,  so  that  one  may  be 
iplaced  within  the  other,  as  represented  in  Fig.  33. 

Let  A represent  the  primary  coil,  which  is  composed  of  No.  16  well- 
iinsulated  wire,  and  B the  secondary  coil,  of  silk-covered  wire,  much  longer 
Jthan  the  other,  and  about  No.  40.  Now  let  the  secondary  coil  be  con- 
inected  with  the  galvanometer,  G,  by  means  of  the  two  binding  screws, 
"while  the  primary  coil,  by  two  loose  and  flexible  wires,  is  placed  in  the 
Jcircuit  of  a galvanic  cell.  As  soon  as  A is  inserted  into  B,  a momentary 
•inverse  current  is  indicated.  If  it  be  withdrawn,  the  galvanometer  indi- 
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cates  a momentary  direct  current.  While  the  primary  coil  remains  in  the 
secondary,  the  needle  announces  the  induction  of  currents  according  to  the 
principles  stated  above,  whenever  the  strength  of  the  primary  current  is 
increased  or  diminished. 

The  Conditions  under  which  Tiduction  Takes  Place. — To  sum  up  in 
brief,  induction  takes  place  from  one  circuit  into  an  adjacent  circuit: 
(i)  At  the  moment  when  the  current  is  closed;  (2)  the  moment  when  the 
current  is  opened;  (3)  while  the  current  is  increasing  or  diminishing  in 
strength ; (4)  while  the  current  is  brought  near  to  or  removed  from  the 
adjacent  circuit.  A current  that  closes  or  increases  in  strength,  or  is 
brought  near  to  an  adjacent  circuit,  induces  an  inverse  momentary  current 
in  that  circuit.  A current  that  opens  or  diminishes  in  strength,  or  is  re- 
moved from  an  adjacent  circuit,  induces  a direct  momentary  current  in 
that  circuit.  It  will  be  seen,  therefore,  that  induction  takes  place  only 
w'hen  there  is  some  change  in  the  condition  of  the  inducing  current.  It 
must  be  closed  or  opened,  increased  or  diminished  in  strength,  brought 
near  to  or  removed  from  the  adjacent  circuit. 

In  the  ordinary  electro-magnetic  machines  these  changes  are  made  by 
a current  interrupter,  and  the  strength  of  the  current  is  modified  by  with- 
drawing or  removing  a metallic  cylinder  enclosing  th^  coils,  or  by  with- 
drawing or  removing  the  core  of  iron  wires. 

Itiduciiofi  of  a Current  on  Itself:  Extra  Cur7'e7it. — T.he  extra  current  is 
that  which  is  induced  by  the  current  in  each  coil  on  the  other  adjacent 
windings. 

The  windings  act  inductively  on  each  other  both  at  the  opening  and 
closing  of  the  circuit.  Thus  w'e  liave  a direct  and  an  inverse  extra  cur- 
rent. The  direct  extra  current  gives  shocks  and  sparks,  decomposes  water, 
magnetizes  steel,  and  melts  platinum  wire.  Ihe  electrb-motive  force  of 
the  extra  current  bears  a uniform  relation  to  the  intensity  of  the  primary 
or  inducing  current.  When  the  secondary  coil  is  closed,  the  extra  current 
does  not  appear  in  the  primary  coil,  but  by  what  is  called  reaction  it  is 
formed  in  the  secondary  coil  itself,  and  becomes  an  ordinary  induced  cur- 

rent.  • _ 

It  is  called  the  extra  current  only  so  long  as  it  remains  in  the  primary 
coil ; it  so  remains  only  when  the  secondary  coil  is  open. 

Current  Interrupter. — Among  the  different  contrivances  for  producing 
these  changes  in  the  primary  current  that  are  necessary  for  induction,  the 

most  convenient  is  the  current  interrupter. 

In  the  ordinary  apparatus  for  therapeutic  purposes  the  vibrations  range 
from  about  thirty  to  fifty  per  second,  but  to  obtain  certain  physiologic  and 
therapeutic  effects  much  more  rapid  are  often  required  even  as  high  as 
fifty  thousand  per  minute.  The  higher  grade  of  apparatus  now  allows  of  a 
large  range  of  interruptions. 

Fig.  34  represents  a current  interrupter.  This  when  placed  in  the  cir 
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cuit  of  the  primary  coil,  alternately  closes  and  opens  the  circuit,  produc- 
ino-  induced  currents  in  the  secondary  coils.  E represents  the  terminal  of 
the  iron-wire  core  of  the  coil.  The  hammer  D is  attached  to  the  spring, 
which  is  supported  to  a base  in  the  primary  circuit.  At  the  centre  of  the 
spring  is  attached  a disk  of  platinum,  because  that  metal  does  not  corrode; 

B is  an  adjustable  platinum  - tipped 
screw,  supported  by  arm  C,  attached  to 
post  F.  The  thumb-screw  A is  for 
binding  screw  B firm  when  properly 
adjusted. 

Object  of  the  Iron  Core  in  the  Pri- 
mary Coil. — The  inductive  power  of 
the  primary  current  is  very  greatly  in- 
creased by  putting  a bar  of  soft  iron 
or  a bundle  of  iron  wires  in  the  heart 
of  the  primary  coil.  The  iron  core 
becomes  magnetic  by  the  action  of  the 
current,  and  when  the  current  opens 
the  rapid  demagnetization  induces  a 
current  in  the  same  direction  as  the 
disappearing  primary  current.  Push- 
ing it  in  the  coil  increases  the  current,  withdrawing  it  diminishes  the 
current.  This,  however,  is  but  little  used,  as  more  perfect  devices  are 
now  to  be  found. 

A bundle  of  wires  is  preferable  to  a single  bar  of  soft  iron,  for  in  the 
latter  currents  are  formed  which  impede  the  sudden  cessation  of  the  pri- 
mary current,  while  in  the  former  these  cannot  be  formed. 

Thickfiess  a7id  Le7igth  of  the  Outer  a7id  Irmer  Wires. — It  is  a law  of 
electro-physics  that  wires  of  a large  diameter  conduct  electricity  better 
than  wires  of  a small  diameter.  It  is  necessary  that  the  primary  current 
should  be  strong,  since  its  principal  object  is  to  excite  magnetism  in  the 
core;  consequently  the  coil  is  made  of  medium  wire  and  of  moderate  length. 
The  secondary  coil,  however,  is  made  of  very  fine  wire  and  of  great 
length,  so  that  as  many  turns  as  possible  may  be  brought  within  the  influ- 
ence of  the  primary  coil,  and  thus  produce  a secondary  current.  As  with 
the  galvanic  or  inducing  current,  the  electro-motive  force  of  the  battery  is 
proportionate  to  the  number  of  cells;  so  with  the  induced  or  secondary 
current,  the  electro-motive  force  of  the  coil  is  proportionate  to  the  number 
of  turns. 

Induction  Coils  and  Electro-Mag7ietic  Machines. — The  usual  induction 
coils  for  philosophic  or  electro-therapeutic  purposes  consist  of  two  helices 
or  coils  of  wire  enclosing  a bar  of  soft  iron  or  a bundle  of  iron  wires.* 

* In  the  machine  of  Kidder,  to  be  described  under  Electro-Therapeutics,  the  helix  is 
composed  of  three  or  more  coils  of  wire,  not  distinct,  but  connected. 
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The  inner  coil  is  connected  with  the  poles  of  a battery,  and  there  is  a de^ 
vice  for  breaking  the  current.  The  inner  coil  is  composed  of  tolerably 
coarse  wire,  and  is  comparatively  short.  The  current  that  is  developed  is 
called  the  primaiy,  or  sometimes  the  inducing,  current.  The  outer  coil  is 
in  no  way  connected  with  the  inner  coil,  but  by  induction  from  the  current 
of  the  inner  coil  as  it  is  alternately  broken  and  closed  a powerful  current 
is  established  in  this  coil.  The  outer  coil  is  composed  of  fine  wire,  and 
it  is  very  much  longer  than  the  inner  coil. 

The  finer  and  longer  the  wire,  the  greater  the  tension  of  the  current. 
The  current  that  comes  through  the  outer  coil  is  called  the  secondary  cur- 
rent, in  distinction  from  that  which  comes  from  the  inner  coil,  which  is 


Fig.  35, 

called  the  primary.  In  both  coils  the  copper  is  insulated  with  silk  cover- 
ing. 

Ruhmkorff' s Coil. — The  most  powerful  of  all  coils,  and  the  one  best 
adapted  for  philosophic  experiments,  is  that  of  Ruhmkorff  (Fig.  35).  It 
is  about  fourteen  inches  in  length.  The  inner  coil  is  of  copper,  is  about 
2 mm.  in  diameter,  and  four  or  five  yards  long.  It  is  coiled  on 
a cylinder  of  cardboard,  and  is  enclosed  in  an  insulating  cylinder  of  glass 
or  rubber. 

The  wire  of  the  outer  coil  is  of  copper,  from  4 to  mm.  in  diameter, 
and  from  thirty  to  sixty  miles  in  length.  The  distinctive  features  of  this 
coil  are  these: 

I St.  It  is  coiled  in  sections  so  as  to  avoid  the  induction  of  the  outer  coil 
on  itself,  which  is  liable  to  take  place  when  it  is  very  long  and  the  ten- 
sion is  high,  however  thorough  the  insulation. 

2d.  The  insulation  is  very  complete.  The  wire  is  covered  with  silk, 
and  each  winding  is  separated  from  the  others  by  a layer  of  shellac.  In 
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the  larger  coils  of  Ruhmkorff  the  induced  currents  are  thousands  of  times 
strono-er  than  the  primary  current  that  excites  them. 

The  Condenser  of  Ruhmkorff' s Ctf/7.— The  intensity  of  die  current  of 
the  secondary  coil  is  increased  by  interposing  a condenser  in  the  circuit. 
In  Ruhmkorff’s  coil  the  condenser  consists  of  150  sheets  of  tinfoil  18 
inches  square,  and  with  a surface  of  about  75  square  yards.  These 
sheets  are  coiled  around  insulating  oiled  silk,  and  around  each  other,  so 
as  to  form  two  armatures,  and  the  whole  is  placed  below  the  helix  in  the 
base  of  the  apparatus. 

Being  introduced  into  the  circuit,  it  receives  the  extra  current  and  in- 
creases its  tension.  It  stores  up  and  utilizes  force  that  would  otherwise 
be  wasted  in  the  form  of  sparks  at  the  interrupter. 

Effects  Produced  by  Ruhmkorff' s Coil. — The  tension  of  Ruhmkorff’s 
coil  is  enormous,  and  for  the  reasons  above  given — the  length  and  fineness 
of  the  secondary  wire  and  the  power  of  the  condenser.  It  possesses  all 
the  properties  of  static  as  well  as  dynamic  electricity.  It  is  capable  of 
giving  a violent  shock.  It  causes  fine  iron  wire  to  melt  and  burn  with  a 
bright  light.  It  can  rapidly  decompose  water,  or  produce  luminous  effects 
in  the  water  without  decomposition. 

It  decomposes  and  combines  gases.  Passed  through  a hermetically 
sealed  tube  containing  air,  it  forms  nitrous  acid  from  the  nitrogen 
and  oxygen.  It  can  produce  a spark  eighteen  inches  in  length  in  the 
air. 

In  vacuo  it  produces  most  remarkable  effects.  In  the  so-called  electric 
egg,  a luminous  trail  is  observed  between  the  poles.  At  the  positive  pole 
the  light  is  red  and  brilliant;  at  the  negative,  feeble  and  violet.  If  va- 
por of  alcohol,  or  turpentine,  or  bisulphide  of  carbon,  be  introduced  into 
the  vessel,  it  appears  in  the  form  of  alternate  light  and  dark  zones  or 
strata.  The  tints  vary  with  the  nature  of  the  vapor.  The  same  phenom- 
ena are  obtained  by  the  ordinary  galvanic  current  from  a large  number 
of  cells.  The  luminous  effects  of  the  coil  can  be  varied  by  varying  the 
selection  of  cells  operating. 

In  electro-therapeutics  a wide  variety  of  electro-magnetic  machines 
have  been  devised.  Most  of  them  are  run  by  one  or  two  cells,  like  Smee’s 
or  some  modification  of  Bunsen’s  bichromate,  together  with  some  forms  of 
hermetically  sealed  cells,  otherwise  known  as  “dry  cells,”  and  the  current 
generated  is  just  sufficient  for  application  to  the  human  body,  and  are  but 
little  adapted  for  the  philosophical  room. 

One  of  the  largest  induction  coils  of  which  we  have  any  knowledge  is 
that  of  Mr.  Spottiswoode’s,  which  yields  a spark  of  42^  inches  in  length 
in  air  when  operated  with  30  Grove  batteries.  To  appreciate  somewhat 
this  enormous  coil,  it  might  be  well  to  state  that  the  secondary  coil  contains 
280  miles  of  wire,  with  340,000  turns,  and  has  a resistance  of  over 
100,000  ohms. 
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Properties  of  Piduced  Curre?its. — Induced  currents  have  in  different  de- 
grees  all  the  properties  of  the  ordinary  galvanic  current.  They  produce 
chemic,  thermic,  luminous,  and  physiologic  effects.  They  deflect  the  mag- 
netic needle,  magnetize  steel,  and  are  capable  of  themselves  exciting  in- 
duced currents.  There  is  a difference,  however,  between  the  effects  of  the 
direct  induced  and  inverse  induced.  The  direct  gives  a powerful  shock 
the  inverse  a mild  shock.  ’ 

The  diiect  magnetizes  to  the  point  of  saturation,  the  inverse  does  not 
magnetize. 

In  their  action  on  the  galvanometer  they  are  about  equal.  In  quan- 
tity, the  direct  and  inverse  induced  currents  are  about  the  same;  but 
the  tension  of  the  direct  induced  is  greater  than  that  of  the  inverse  in- 
duced. 

Comparative  CJiet)tic  Effects  of  the  Galvanic  and  Induced  Currents.— 
That  the  chemic  character  of  currents  of  induction  is  distinctive  from  the 
galvanic  is  proved  by  the  following  experiment:  When  the  platinum  poles 
connected  ^\ith  an  induced  current  are  placed  in  water,  water  is  decom- 
posed and  oxygen  produces  oxidation  of  platinum,  which  is  reduced  to 
metallic  platinum  by  the  recombination  of  the  hydrogen  with  the  oxygen. 

If  a solution  of  iodide  of  potassium  and  starch  is  brought  into  the  cir- 
cuit, the  Iflue  color  appears  first  at  the  positive  pole.  When  the  galvanic 
current  is  used,  the  l)lue  color  appears  only  at  the  positive  pole.  When 
the  induced  current  is  sent  through  water  it  decomposes  it,  just  as  the  gal- 
vanic current  does,  the  oxygen  and  hydrogen  predominating  at  the  positive 
pole. 

A'lagneto-EIectricity. — Magneto-electric  induction  is  the  induction  of 
electric  cuiients  by  magnetism.  It  is,  as  the  term  implies,  the  reverse  of 
electio-magnetic  induction.  There  are  two  forms  of  magneto-electric  in- 
duction. 

1 he  first  and  most  familiar  form  is  when  a current  is  induced  in  a coil 
of  insulated  wire.  The  second  form  is  when  a current  is  induced  in  con- 
ducting plates. 

Under  electro-magnetic  induction  we  have  seen  that  the  coil  of  wire  in 
which  a current  circulates  produces  a contrary  induced  current  in  an  ad- 
jacent coil  whenever  a change  is  made  in  the  current  by  opening,  closing, 
withdrawing,  or  approaching  it.  The  strength  of  the  induced  current  is 
proportioned  to  the  amount  and  suddenness  of  these  changes.  If  now  we 
substitute  for  the  primary  or  inducing  coil  a permanent  bar  magnet,  and 
cause  it  to  approach  or  withdraw  from  the  adjacent  coil,  it  induces  a cur- 
rent in  that  coil.  This  principle  is  the  basis  of  all  the  magneto-electric 
machines  that  are  so  familiar  to  students  of  philosophy,  and  that  were  once 
so  much  used  in  electro-therapeutics. 

The  development  of  magneto-electricity  is  shown  in  a very  simple  man- 
nei  by  the  common  horseshoe  magnet,  its  armature,  and  a copper  disk. 
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Faraday’s  disk  machine  (Fig.  36)  consists  of  a copper  disk  rotated  be- 
tween the  poles  of  a permanent  magnet.  The  current  traverses  from  shaft 
to  rim,  or  vice  versa,  according  to  rotation. 

In  the  electro-magnetic  machines  in  ordinary  use  a soft  iron  armature 
covered  with  wire  is  made  to  rotate  at  the  poles  of  a permanent  horseshoe 
magnet.  As  the  armature  rotates,  its 
two  ends  are,  of  course,  alternately 
brought  near  to  and  removed  from  the 
poles  of  the  magnet,  and  thus  two  cur- 
rents are  induced  in  the  wires  that 
cover  the  armature.  Each  current  lasts 
half  of  a revolution,  and  if  the  rotation 
be  rapidly  kept  up  a current  is  pro- 
duced which  may  be  perceived  when 
the  ends  of  the  w'ires  are  joined. 

A Continuous  Current  from  Mag- 
neto-Electric Machmes. — When  the  armatures  of  the  magneto-electric  ma- 
chine are  made  to  revolve  with  sufficient  rapidity,  a continuous  current  is 
produced  which  has  all  the  properties  of  the  galvanic  current.  Magneto- 
electric currents  are,  therefore,  extensively  used  in  electrolytic  experiments 
and  in  electroplating.  Some  of  these  are  utilized  in  -electro-therapeutics, 
but  are  not  to  be  recommended. 

Curre?its  Induced  by  Magnetis?n  in  Conducting  Plates  : Magnetism  of 
Rotation. — In  1824-25  Arago  discovered  that  when  a copper  disk  revolved 
with  great  rapidity  under  a needle  resting  on  a disk  above  the  disk,  the 
needle  deflected  in  the  direction  of  the  motion  of  the  disk.  After  a time,  if 
the  movement  be  sufficiently  rapid,  the  needle  refuses  to  remain  fixed,  and 
turns  around  after  the  disk.  The  explanation  of  this  phenomenon  was 
given  by  Faraday  in  1831.  He  showed  that  it  arose  from  the  reaction  of 
the  currents  induced  in  the  plate  by  the  magnet.  The  magnetism  of  rota- 
tion is  only  one  of  the  many  phenomena  connected  with  induction.  All 
these  phenomena— induction  by  currents  of  magnetism  and  by  rotation — 
are  explained  by  the  theory  of  Ampere,  before  cited.  They  are  at  once  in 
harmony  with  that  theory  and  confirmatory  of  it. 

History  of  Induction. — The  discovery  that  electric  currents  of  magnetism 
can  induce  currents  in  neighboring  circuits  was  made  by  Faraday  in  1830. 
His  researches  on  the  subject  were  published  in  the  Philosophical  Trans- 
actions in  1831  and  1832. 

This  discovery  of  Faraday,  like  that  of  Oersted,  w'as  the  result,  not  of 
accident,  but  of  long  and  laborious  experimentation.  As  early  as  1825 
Faraday  had  sought  to  make  a wire,  through  which  the  galvanic  current 
was  passing,  induce  a current  in  a neighboring  ware,  just  as  a con- 
ductor charged  with  franklinic  electricity  w'ould  have  done.  Not  until 
1831  did  he  find  out  that  the  current  must  be  broken  or  closed,  or 
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approached  or  withdrawn,  before  it  could  induce  a current  in  a neighbor- 
ing wire. 

In  1832  Professor  Henry,  then  of  New  Jersey,  now  of  the  Smithsonian 
Institution,  Washington,  observed  phenomena  which  in  1834  Faraday 
showed  were  due  to  the  extra  current.  In  1837  Bachhoffner  and  Sturgeon 
showed  that  a bundle  of  wire  was  better  in  an  induction  apparatus  than 
a rod  of  soft  iron. 

In  1841  Professor  Henry  studied  the  inductive  action  of  currents  on 
currents.  In  1850  or  1851  RuhmkorfT  constructed  the  induction  coil,  and 
in  1853  Fizeau  greatly  increased  its  power  by  adding  to  it  a condenser. 
The  discovery  that  discharges  of  the  Leyden  jar  made  a primary  spiral  in- 
duce a current  in  a secondary  spiral,  and  that  currents  of  the  third,  fourth, 
and  fifth  order  can  be  thus  produced,  and  of  sufficient  strength  to  give 
shocks,  bum,  etc.,  was  made  simultaneously  by  Professors  Henry,  of 
Washington,  and  Riess,  of  Berlin. 

The  first  magneto-electric  machine  was  made  by  Faraday  in  1831. 
The  first  machine  of  the  style  now  used  was  made  by  Pixii  in  1832.  Im- 
provements have  been  since  made  by  Saxton  (1833),  Clarke  (1836),  Pe- 
trine (1844),  Stbhrer  (1844),  Siemens,  Halske,  Duchenne,  and  others. 

AHcrnaie  or  Periodic  Currents. — A simple  coil  revolving  in  a magnetic 
field  Induces  electro-motive  forces  which  at  eveiy  half-turn  change  in  di- 
rection and  give  rise  to  alternate  currents.  There  is  an  electro-motive 
force  in  each  whole  revolution,  which  after  rising  to  a maximum  dies  away 
and  is  immediately  followed  by  a reversed  electro-motive  force,  which  in  its 
turn  reaches  a maximum  and  dies  away.  This  process  is  called  a period, 
and  the  number  of  periods  taking  place  in  a second  is  called  the  frequency 
or  periodicity  of  the  alternations.  'J’he  currents  resulting  from  these  pe- 
riodic or  alternating  electro-motive  forces  are  also  periodic  and  alternating. 
The  ordinary  current  of  induction  attains  its  maximum  very  rapidly,  while 
the  so-called  alternating  or  periodic  current  attains  its  maximum  more 
gradually,  and  can  be  represented  graphically  by  a curved  line,  that  is 
more  or  less  undulated  because  of  the  phenomena  of  self-induction.  The 
current  sinusoidal  differs  from  the  alternating  current  in  that  the  undula- 
tions are  perfectly  regular. 


THERMO-ELECTRICITY. 

Thermo-electricity  is  that  form  of  electricity  that  arises  from  the  heat- 
ing of  two  heterogeneous  conductors  at  their  junction.  The  two  most  im- 
portant methods  of  generating  thermal  currents  are,  ist,  with  two  portions 
of  the  same  metal;  and  2d,  with  two  different  kinds  of  metal. 

Ther7no-Electricity  Generated  by  One  Metal. — If  a copper  wire  be  cut 
into  two  pieces,  and  one  of  the  ends  be  heated  to  redness  and  pressed 
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against  the  end  of  the  other  piece,  a current  of  electricity  is  produced. 
This  is  demonstrated  by  the  galvanometer. 

When  different  portions  of  the  same  metal  have  different  structures,  a 
current  is  obtained  when  the  point  where  both  structures  come  together  is 
heated. 

If,  for  example,  a platinum  wire  be  twisted  or  bent  on  itself,  this  twist- 
ing so  changes  the  structure  of  the  wire  that  a current  is  generated  by  heat- 
ing the  point  of  union  between  the 
twisted  and  non-twisted  portion. 

The r?no- Electricity  Generated  by 
Two  Metals. — Let  A and  B (Fig.  37) 
be  respectively  bars  of  antimony 
and  bismuth,  soldered  together. 

When  the  junction  of  the  metals 
is  heated,  a current  of  electricity 
is  generated,  which  flows  from  the 
bismuth  to  the  antimony,  as  shown 
by  the  arrow.  If  the  junction  is 
chilled  by  applying  ice,  a current  is  also  produced,  but  in  the  opposite 
direction.  This  combination  constitutes  a thermo-electric  pair. 

Thermo-Electric  Batteries. — number  of  thermo-electric  couples  sol- 
dered together  so  that  the  copper  or  antimony  of  one  is  soldered  to  the 
bismuth  of  the  other,  and  so  on,  is  called  a thermo-electric  battery.  The 
current  is  generated  by  heating  one  row  of  the  soldered  faces,  or,  as  the 
current  depends  on  the  difference  of  temperature  of  the  two  sides,  by  ap- 
plying ice  to  one  side  and  heat  to  the  other. 

Thermo-electric  batteries  of  any  form  are  not  used  to  any  extent  in 
electro-therapeutics.  The  hopes  at  one  time  entertained  of  them  have 
been  disappointed.  In  practice  they  have  been  found  to  be  inconvenient, 
bulky,  expensive,  and  untrustworthy. 


CHAPTER  VI. 


OHM’S  LAW  AND  ITS  PRACTICAL  APPLICATION  TO  ELECTRO- 
THERAPEUTICS. 

The  basis  of  all  electric  measurement  is  Ohm’s  law,  which  was  thus 
originally  stated:  The  strength  of  the  current  varies  directly  as  the  elec- 
tro-motive force  and  inversely  as  the  resistance  of  the  circuit. 

Putting  C for  current,  E for  electro-motive  force,  and  R for  resistance, 
the  law  is  thus  expressed : C = ^ 

This  law  was  discovered  by  Professor  Ohm,  of  Nuremberg,  in  1827, 
and  for  a long  time  was  neglected.  It  is  the  north  star  of  electro-thera- 
peutics. Those  who  can  keep  this  always  in  sight  need  never  lose  their 
way,  however  long  or  intricate  the  explorations  they  may  make  in  this  im- 
portant and  fascinating  realm.  Although  originally  nothing  but  a theory, 
yet  it  has  been  powerfully  confirmed  by  the  mathematical  calculations  of 
many  physicists,  and  has  proved  itself  competent  to  explain  all  the  phe- 
nomena with  which  it  has  to  do.  Just  as  the  strength  of  the  theory  of 
gravitation  consists  in  its  power  to  account  for  the  movements  of  the  solar 
system,  just  as  the  strength  of  the  undulatory  theory  consists  in  its  power 
to  explain  the  complex  phenomena  of  light,  so  the  strength  of  Ohm’s  law 
consists  in  its  power  to  account  for  the  phenomena  of  electricity.  As  no 
one  can  be  master  in  astronomy  without  understanding  gravitation,  or  in 
optics  w'ithout  understanding  the  undulatory  theory,  so  no  one  can  be  mas- 
ter in  electricity  without  understanding  Ohm’s  law. 

We  shall  endeavor  to  make  this  law  and  its  application  as  clear  as  the 
nature  of  the  subject  will  allow.  It  is  necessary  to  define  certain  terms 
that  are  not  very  familiar;  first  of  all,  units  of  measurement. 

A unit  is  any  given  quantity  with  which  others  of  the  same  kind  are 
compared  for  purposes  of  measurement,  and  in  terms  of  which  their  mag- 
nitude is  stated. 

Siemen  and  Varley  each  established  a unit  of  resistance  which  was 
recognized  up  to  1864,  when  upon  the  suggestion  of  Weber  the  British  As- 
sociation established  an  absolute  unit  of  electric  resistance.  This  was  ac- 
cepted until  the  meeting  of  the  Electrical  Congress  in  Paris  in  1881,  when 
some  modifications  were  made.  The  units  here  expressed  are  such  as  have 
been  defined  by  the  International  Congress  of  Electricians,  Chicago,  1893. 
Many  electric  units  have  been  established,  but  those  of  practical  benefit  to 


ohm’s  law — ELECTRO-MOTIVE  FORCE.  OI 

I the  physician  using  electricity  therapeutically— ohm  (resistance),  volt 
("pressure),  ampere  (current)— are  here  explained. 

An  ohm  is  a unit  of  resistance  and  is  represented  by  the  resistance 
offered  to  an  unvarying  electric  current  at  the  temperature  of  melting  ice 
by  a column  of  mercury  14-4521  gm.  in  mass,  of  a constant  cross-sec- 
tional area,  and  106.3  cm.  long.  1,  1 

One  million  ohms  equals  one  megohm ; one  millionth  of  an  ohm  equals 

one  microhm.  j . 

The  volt  is  the  unit  of  electro-motive  force,  that,  steadily  applied  to  a 

conductor  whose  resistance  is  one  international  ohm,  will  produce  a cur- 
rent of  one  international  ampere. 

The  ampere  is  the  unit  of  current,  represented  by  the  unvarying  cur- 
rent which,  when  passed  through  a solution  of  nitrate  of  silver  in  water,  in 
accordance  with  certain  specifications,  deposits  silver  at  the  rate  of 
0.001 1 18  of  a gramme  per  second. 

Ohm’s  law  says  nothing  about  the  energy  or  power  conveyed  by  a cur- 
rent, and  in  electro-therapeutics  w'e  have  little  use  for  the  coulomb,  the 
unit  of  quantity;  the  farad,  the  unit  of  capacity;  the  joule,  the  unit  of 

work;  or  the  watt,  the  unit  of  power. 

The  terminology  of  electricity  in  general  has  been  atrociously  difficult 
and  obscure,  but  nowhere  has  there  been  deeper  obscurity  and  grosser  mis- 
understanding and  inconsistency  than  in  the  application  of  the  terms  resis- 
tance, quantity,  tension,  and  electro-motive  force. 

Electro- Motive  Force. — The  electro-motive  force  is  the  force  that  urges 
forward  the  current. 

It  is  the  origin  of  tension,  to  be  hereafter  defined.  This  force  is  mod- 
ified— 

I St.  By  the  nature  of  the  plates  of  which  the  element  is  composed, 

i 2d.  By  the  nature  and  strength  of  the  acid  solution. 

' 3d.  By  the  number  of  elements  in  the  solution. 

' Substances  that  stand  at  or  near  the  two  extremes  of  the  electro-positive 

j and  electro-negative  series  generate  a stronger  electro-motive  force  than 
substances  that  stand  near  each  other. 

Zinc  and  platinum  or  zinc  and  carbon  give  more  electro-motive  force 
i than  zinc  and  copper,  because  the  difference  in  their  oxidability  i's  greater, 
and  they  stand  farther  apart  in  the  electro-positive  and  electro-negative 
' series. 

; Plates  that  are  imperfect  in  their  structure,  or  which  contain  impurities 
that  generate  currents  in  opposition  to  the  main  current,  or  plates  that  are 
worn  out,  or  are  encrusted  with  the  products  of  chemic  decomposition, 
give  less  electro-motive  force  than  plates  that  are  perfect,  fresh,  and 
clean. 

Similarly  also  the  electro-motive  force  is  diminished  by  the  polarizing 
action  in  the  cell.  Thus,  in  the  Smee  cell,  the  hydrogen  that  gathers  on 
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the  platinum  plate  and  the  oxygen  that  gathers  on  the  zinc,  generate  a cur- 
rent that  is  opposite  in  direction  to  the  main  current,  and  enfeebles  it  ; and 
for  this  reason,  lifting  the  plates  out  of  the  liquid  a moment  to  allow  the 
gases  that  form  on  them  to  escape,  or  agitating  the  liquid,  at  once  in- 
creases the  electro-motive  force.  Strong  acids  which  excite  vigorous 
chemic  action  give  more  electro-motive  force  than  weak  acids,  and  there- 
fore it  is  that  sulphuric  and  nitric  and  chromic  acids  are  so  much  used  in 
batteries. 

When  the  proportion  of  acid  in  the  solution  is  large,  electro-motive  force 
is  greater  than  when  it  is  small.  Strong  solutions,  however,  consume  the 
plates  faster,  and  the  electro-motive  force  will  be  reduced  thereby  sooner, 
other  conditions  being  the  same,  than  when  weak  solutions  are  used. 

The  electro-motive  force  is  exactly  proportioned  to  the  number  of  ele- 
ments, without  regard  to  their  size.  Two  elements  give  twice  as  much 
electro-motive  force  as  one  element,  and  one  hundred  elements  give  one 
hundred  times  as  much  as  one  element  of  a similar  character.  This  can 
be  proved  by  a galvanometer,  with  a long  resistance-coil,  where  the  deflec- 
tion of  the  needle  will  be  in  pretty  exact  proportion  to  the  number  of  cells 
brought  into  the  circuit.  The  exactness  of  this  proportion  is  of  course 
modified  by  the  imperfections  of  individual  elements,  or  by  variation  in 
the  quantity  and  strength  of  solution  in  each  cell ; but  the  law  always 
holds  good. 

As  with  the  long-coil  galvanometer,  so  with  the  human  body,  or  any 
other  powerful  resistance  whatsoever,  the  electro-motive  force  that  passes 
through  it  will  be — all  other  conditions  being  the  same — proportioned  to 
the  number  of  elements  and  without  regard  to  their  size.  If  a series  of 
very  large  elements  are  opposed  to  an  equal  series  of  very  small  elements 
of  similar  construction,  no  current  will  pass  ; they  will  neutralize  each 
other.  If  both  be  tested  by  the  galvanometer  with  a long  resistance,  they 
will  cause  similar  deflections  of  the  needle. 

'I'he  current  that  passes  through  a circuit  is  directly  proportioned  to 
the  electro-motive  force.  If  there  were  no  resistance  in  the  circuit,  current 
and  electro-motive  force  would  be  the  same:  C = E.  But  there  can  be  no 
circuit  without  some  resistance,  therefore  C never  equals  E. 

Tension,  or  Potential. — Tension  is  that  quality  of  electricity  by  which 
it  overcomes  resistance.  This  definition  is  practical  rather  than  strictly 
scientific,  and  can  only  be  understood  by  explanation. 

Tension  is  a result  of  the  electro-motive  force,  and  is  dependent  on  it, 
and  by  mistake  the  two  are  often  confounded.  The  sum  and  the  differ- 
ences of  electro- motive  force  are  always  equal  to  the  sum  and  differences 
of  tension,  but  they  are  differently  distributed  in  the  circuit.  By  mathe- 
maticians the  term  potential,  suggested  by  Green,  is  preferred  to  tension. 
The  term  is  a relative  one,  and  no  body  or  part  of  a body  can  be  said  to 
have  an  absolute  tension  or  potential.  The  potential  of  a body  is  really 
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the  difference  between  its  potential  and  that  of  the  earth,  which  is  assumed 
to  be  zero.  Electricity  Hows  from  a body  or  part  of  a body  at  a higher 
potential,  to  a body  or  part  of  a body  at  a lower  potential,  and  the  work 
which  it  does  measures  its  amount.  Differences  of  potential  may  be  com- 
pared to  differences  of  level  for  water.  As  water  tends  to  flow  from  a 
higher  level  to  a lower  level  until  all  is  of  a uniform  height,  so  electricity 
tends  to  flow  from  a higher  to  a lower  potential  until  the  potential  of  all 
parts  of  the  conductor  is  the  same,  and  ceases  to  flow.  An  instance  of  ex- 
treme tension  is  found  in  lightning,  where  it  is  caused  by  the  differences 
in  the  electro-motive  forces  between  two  clouds,  or  between  the  clouds  and 
the  earth. 

The  tension  of  the  frictional  machine  is  very  great,  for  the  reason  that 
it  is  not  at  all  influenced  by  the  resistance  of  the  circuit,  which  in  the 
galvanic  battery  is  very  great.  If  the  current  of  the  galvanic  battery  en- 
countered no  resistance  in  the  circuit,  or  was  not  affected  by  resistance, 
its  tension  would  be  enormous. 

j The  term  intensity  has  long  been  used  as  synonymous  with  tension ; 

I but,  strictly  speaking,  intensity  is  derived  from  the  French  intensitk,  which 
I has  been  translated  intensity,  but  which  really  means  quantity.  It  is  bet- 
’ ter  to  dispense  entirely  with  the  term  intensity,  and  we  have  done  so  in 
I the  present  work. 

I Our  definition  of  tension  may  be  thus  illustrated : Let  a battery  of  one 
i hundred  cells  be  joined  in  the  ordinary  tension  arrangement  in  series,  zinc 
; united  with  carbon,  and  so  on.  Place  the  batteiy  on  an  insulated  stand, 

I and  connect  the  zinc  or  negative  pole  with  the  earth,  leaving  the  other 
; free.  Regarding  the  earth,  for  convenience’  sake,  as  zero,  the  zinc  pole 
: will  have  a tension  of  o,  while  the  free  end  will  have  a tension  of  100 
' positive.  If  a wire  be  connected  with  the  free  end,  a current  would  flow 
’ from  it  to  the  earth.  If  now  we  reverse  the  position  of  the  poles,  connect- 
! ing  the  carbon  pole  with  the  earth,  and  leaving  the  other  free,  the  carbon 
I end  will  be  o,  and  the  zinc  end  will  be  100  negative,  and  if  it  be  con- 
! nected  with  the  earth  a current  will  flow  from  the  earth  to  it.  In  both  of 
j these  cases  the  tension  is  the  same ; in  one  case  it  is  positive,  in  the  other 
! negative.  Take  the  same  battery,  with  the  zinc  pole  connected  with  the 
I earth,  and  join  the  carbon  and  zinc  ends  by  a short,  thick  wire,  and  a 
strong  current  will  flow  through  the  wire.  But  here  comes  in  the  difference 
f between  tension  and  electro-motive  force,  for  it  can  be  ascertained  by 
proper  tests  that  the  electro-motive  force  of  the  battery  is  the  same  as  it 
was  before  the  ends  were  joined,  but  the  tension  has  changed.  Before  it 
was  100  positive  at  the  carbon  end,  now  it  is  almost  o. 

If,  instead  of  a short,  thick  wire,  a long,  fine  wire  that  offers  greater 
resistance  be  used  to  connect  the  poles,  the  tension  at  the  carbon  end  will 
rise  with  the  increase  in  resistance  in  the  wire.  When  the  resistance  be- 
comes infinitely  great,  the  tension  becomes  100  again,  but  it  can  never  ex- 
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ceed  loo,  for  the  tension  can  never  exceed  the  electro-motive  force  at  any 
point,  although  it  may  fall  very  much  below  it. 

The  arrangement  in  series  (or,  as  it  is  erroneously  called,  “ intensity 
arrangement”),  is  when  the  electro-positive  element  of  one  cell  is  united  : 

to  the  electro-negative  element  of  the  next  cell,  and  so  on.  The  “quan-  ^ 

tity  arrangement,”  or  “ parallel,”  is  when  all  the  electro-positive  elements  j 
are  united  to  all  the  electro-negative  elements  so  as  to  make  one  large  ele-  > 
ment.  The  arrangement  in  series,  or  a “ tension  arrangement,”  is  used  | 
for  all  ordinary  galvanization  and  electrolyzation.  The  parallel  or  “ quan-  j 
tity  arrangement”  is  used  in  galvano-cautery.  The  phrases  “ joined  for 
tension,”  or  “intensity,”  and  “joined  for  quantity,”  are  relics  of  old  and  1 
exploded  theories  of  electricity.  For  convenience’  sake  they  are  still  j 
used  ; but  those  who  understand  Ohm’s  law  need  not  be  deceived  by  them. 

Resistance. — Resistance  is  that  quality  of  a conductor  that  impedes  the  I 
passage  of  a circuit. 

There  are  two  kinds  of  resistance  in  any  circuit: 

I St.  That  of  the  battery  itself  (internal  resistance). 

2d.  That  of  the  connecting  wires  (circuit  outside  of  the  battery),  the 
human  body,  or  other  substance  introduced  into  the  circuit  (external  re- 
sistance). ! 

Uo70  Resistance  is  Modified. — Resistance  is  modified  in  three  ways: 

I St.  by  the  nature  of  the  substance,  whether  liquid  or  solid,  or  by  its 
special  chemic  composition. 

2d.  By  the  form  of  the  substance,  whether  long  or  short,  of  small  or 
large  diameter. 

3d.  By  the  temperature. 

It  is  proved  by  experiment  that  the  resistance  of  wires  of  the  same 
material  and  of  the  same  thickness  are  directly  proportioned  to  their 
length,  and  inversely  proportioned  to  the  squares  of  their  diameters. 

A wire  one  mile  in  length  gives  twice  the  resistance  of  a wire  half  a 
mile  long,  and  four  times  the  resistance  of  a wire  one-fourth  of  a mile 
long.  On  the  other  hand,  wires  of  the  same  metal,  but  of  diameters  which 
stand  to  each  other  in  the  relation  of  i,  2,  3,  offer  a resistance  which  stand 
to  each  other  as  i,  In  other  words,  the  longer  the  wire  the  greater 

the  resistance,  the  thicker  the  wire  the  less  the  resistance.  The  same  law, 
but  less  exactly,  applies  to  liquids,  and  for  this  reason  large  elements  give 
less  resistance  than  small  elements.  The  relative  specific  resistances  of  a 
number  of  metals  at  a temperature  of  32°  F.  are  as  follows: 


T 

6.46 

T nf\ 

T aS 

Zinc 

The  converse  of  resistance  is  conduction. 
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The  following  table  of  the  relative  conductibility  of  metals  at  32°  F. 
j is  taken  from  Latimer  Clark.  It  will  be  perceived  that  it  varies  somewhat 
I from  the  above  table  of  relative  resistances: 


Silver 100 

Copper  (pure) 99.9 

Brass 20 

Gold 76 

Zinc 29.5 

Steel 16 


Iron  (pure) i6.8i 

German  silver 7-6 

Tin 12.4 

Lead 8.3 

Platinum I7 

Mercury 1.6 


It  will  be  seen  that  both  estimates  agree  in  making  copper  and  silver 
the  best  conductors,  and  for  that  reason  copper  wire  is  so  much  used  in 
making  battery  connections.  In  both  tables  platinum  stands  low  in  con- 
ductibility, and  for  that  reason  platinum  wire  is  used  when,  as  in  galvano- 
j cautery,  it  is  required  to  generate  heat  by  passing  the  current  through  a 
! resisting  medium.  If  mercury  could  be  made  in  the  form  of  a wire  it 
, would  of  course  be  better  than  platinum,  since  its  resistance  is  somewhat 
greater.  Bismuth,  graphite,  and  coke  rank  still  lower  in  conducting  power 
^ than  mercury.  The  resistance  of  liquids  is  enormous.  Thus,  taking  cop- 
per wire  at  32°  F.  as  i,  the  resistance  of  a saturated  solution  of  sulphate 
of  copper  at  48°  F.  is  16.885.520  ; ditto  of  chloride  of  sodium  at  56°  F., 
2.903.538  ; ditto  of  sulphate  of  zinc,  15.861.267;  sulphuric  acid  diluted 
to  -jijj-  at  68°  F.,  1.032.020;  nitric  acid  at  55°  F.,  976.000  ; distilled  water 
at  59°  F.,  6.734.208.000. 

It  has  been  estimated  that  the  human  body,  by  virtue  of  the  salts  which 
it  contains,  conducts  fifteen  or  twenty  times  better  than  water,  provided  the 
skin  be  fully  moistened;  and  that  copper  conducts  from  three  to  four  hun- 
dred million  times  better  than  the  human  body. 

Ej^ects  of  Temperature  on  Resistance. — Resistance  is  more  or  less  mod- 
ified by  temperature. 

Temperature  affects  temporarily  the  conducting  power  of  metals. 
Nearly  all  pure  metals  increase  their  resistance  about  0.4  per  cent,  for 
a raise  of  1°  C.  in  temperature,  or  about  forty  per  cent,  when  warmed 
100°  C. ; but  this  varies  with  different  metals.  Conductivity  is  increased 
I by  annealing.  Non-metallic  substances  increase  in  conductivity  as  they 
. rise  in  temperature.  Water,  for  example,  when  heated  conducts  better 
I than  water  cold.  When  a current  passes  from  a liquid  to  a solid,  or  vice 
\ versa,  the  resistance  is  very  great. 

I All  Resistance  Relative. — No  substances  absolutely  resist  the  passage  of 

I electricity;  even  resin,  glass,  and  sulphur,  the  worst  conductors,  do  con- 
I duct  a slight  current,  as  can  be  proved  by  a verj^  delicate  galvanometer. 

No  Perfect  Conductor. — Even  the  best  conductors,  as  copper  and  silver 
I and  gold,  are  imperfectly  so  ; they  all  resist  the  current  more  or  less. 

This  can  be  shown  with  the  galvanometer,  which,  when  brought  directly 
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into  the  circuit,  shows  a deflection  of  the  needle.  When  short  wires  of 
copper  or  silver  are  interposed  the  deflection  is  lessened. 

If  we  now  comprehend  the  terms  electro-motive  force  and  resistance, 
we  shall  have  no  difficulty  in  comprehending  the  term  current  strength, 
for,  according  to  Ohm’s  law,  the  current  varies  directly  as  the  electro-mo- 
tive force  and  inversely  as  the  resistance. 

Ohm’s  law  expresses  the  relation  in  an  active  electric  circuit  of  cur- 
rent, electro-motive  force,  and  resistance.  These  three  factors  are  always 
present.  In  an  active  electric  circuit  the  current  is  equal  to  the  electro- 
motive force  divided  by  the  resistance. 

This  law  can  be  expressed  in  various  ways,  and  may  be  given  as  a col- 
lection of  rules: 

1.  Current  is  equal  to  the  electro-motive  force  divided  by  the  resis- 
tance : C = fi. 

2.  Electro-motive  force  is  equal  to  the  current  multiplied  by  the  resis- 
tance : E = C X R. 

3.  Resistance  is  equal  to  the  electro-motive  force  divided  by  the  cur- 

K 

rent  : R = g- 

From  the  above,  knowing  the  value  of  any  two,  we  can  readily  ascer- 
tain the  value  of  the  unknown — that  is,  knowing  the  value  of  the  electro- 
motive force  and  the  resistance,  we  can  ascertain  the  current  strength. 
Current  is  equal  to  electro-motive  force  divided  by  the  resistance. 

If  the  current  strength  and  resistance  are  known,  we  can  calculate  the 
electro-motive  force.  Electro-motive  force  is  equal  to  current  multiplied 
by  the  resistance. 

Electro-motive  force  and  current  known,  we  can  determine  the  resis- 
tance. Resistance  is  equal  to  the  electro-motive  force  divided  by  the  cur- 
rent. 

The  current  is  the  amount  which  passes  through  the  circuit  at  any 
given  time. 

This  depends,  according  to  Ohm’s  law,  on  two  factors — the  electro-mo- 
tive force  and  the  resistance.  The  current  varies  directly  as  the  electro- 
motive force  ; and  if  there  were  no  resistance,  current  would  be  precisely 
the  same  as  electro-motive  force.  But  the  current  strength  varies  inversely 
as  the  resistance,  and  therefore,  to  find  out  what  the  strength  of  any  cur- 
rent is,  we  divide  the  electro-motive  force  by  the  resistance.  1 he  fraction 
thus  formed  is  the  strength  of  the  current,  as  we  commonly  call  it.  There 
are,  as  we  have  seen,  two  kinds  of  resistance — that  in  the  battery  and  that 
in  the  circuit  outside  of  the  battery.  Both  of  these  must  be  taken  into  ac- 
count in  estimating  the  relation  of  the  different  kinds  of  batteries,  and  in 
selecting  batteries  for  special  kinds  of  work.  Let  E be  the  electro-motive 
force,  R the  resistance  of  the  circuit  outside  of  the  battery,  r the  resistance 

in  the  battery ; then  = C,  the  strength  of  the  current — the  number 
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! of  units  of  electricity  that  flow  through  the  circuit  in  a given  time.  The 
I correctness  of  this  mathematical  conclusion  may  be  demonstrated  on  a 
I galvanometer  that  has  only  a short  resisting  wire  ; one  cell  will  deflect 
• the  needle  nearly  as  much  as  one  hundred  cells.  Again,  when  any  nurn- 
I ber  of  cells  are  joined  together  with  great  external  resistance,  such  as  is 
offered  by  a long,  fine  wire,  or  by  the  whole  human  body,  for  example,  the 
1 current  that  flows  through  the  circuit  will  increase  with  the  increase  in  the 

t number  of  cells.  • • j j 

There  is  no  inconsistency  between  these  phenomena.  It  is  indeed  a 

I part  of  and  a conclusion  from  Ohm’s  law.  Everything  depends  on  the 
! external  resistance.  Although  in  this  case,  as  in  the  other,  each  added 
I cell  brings  in  its  own  internal  resistance  that  counterbalances  the  electro- 
ii  motive  force,  yet  the  internal  resistance  bears  so  small  a proportion  to  the 
|l  large  external  resistance  that  the  current  flowing  through  the  circuit  will 
ii  be  pretty  directly  proportioned  to  the  number  of  cells. 

' Still  keeping  Ohm’s  law  before  us,  we  can  demonstrate  this  mathemat- 

li  ically. 

j Let  the  electro-motive  force  of  any  cell  be  1.5  volts,  and  the  internal 
ji  resistance  be  2 ohms,  and  the  external  resistance  afforded  by  the  human 
i body  5,000  ohms.  The  strength  or  amperage  of  the  current  could  be  thus 

I represented: 

1-5  electro-motive  force  _ ^ ^ about  J of  a milliampere. 

I I 2 internal  resistance,  and  5,000  external  resistance  5002  3334 

Again,  we  may  illustrate  this  as  follows: 

One  hundred  cells  are  joined  together  and  the  ends  are  connected  by 
tj  a conductor  of  high  resistance.  Let  the  electro-motive  force  of  one  cell  be 
i 1.5  volts  or  units  of  electro-motive  force,  then  the  electro-motive  force  of 
i 100  cells  will  be  loo  X i-5  = 150  volts.  Let  the  resistance  in  each  cell 
i be  .5  ohms  or  units  of  resistance,  then  the  resistance  in  the  too  cells  will 
! be  100  X -5  = 50  ohm.  Let  the  resistance  of  the  external  conductor  be 
: 5,000  ohms:  now,  in  order  to  find  the  number  of  amperes  of  electricity — 
i that  is,  the  strength  of  the  current  that  flows  through  the  connecting 

. wire divide  the  electro-motive  force  by  the  resistance,  and  we  have  this 

I fraction : 

>5°  electro-motive  force _ 212  __3_  ^ qj.  about  30  milliamperes. 

I 5000  resistance  of  wire,  and  50  resistance  of  battery  5050  101 

This  fraction  represents  the  current  strength  in  milliamperes  that 

I flows  through  the  wire. 

; We  may  illustrate  this  law  by  supposing  a current  of  water  passed 

I I through  an  ordinary  syringe.  The  quantity  of  water  that  flows  through 
I'  the  tube  will  be  directly  proportioned  to  the  force  with  which  it  is  urged 
' forward  by  the  piston ; this  force  would  correspond  to  electro-motive  force. 

Tlie  friction  will  correspond  to  the  internal  and  external  resistance  of  the 
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battery.  Now  if  we  divide  the  one  by  the  other,  we  have  the  quantity  of 
water  which  in  a given  time  flows  through  the  tube,  or  the  strength  of  the 
current.  In  this  way  we  can  find  the  number  of  cubic  inches  of  water  that 
flow  through  the  tube  in  a second  of  time,  just  as  we  canfind  the  number 
of  amperes,  or  units  of  current  strength,  that  flow  through  a circuit.  It  fol- 
lows from  all  this,  of  course,  that  if  the  electro-motive  force  be  very  greatly 
increased,  the  resistance  being  the  same,  the  current  must  be  increased; 
but  if  the  resistance  be  increased  in  proportion  to  the  increase  of  the  elec- 
tro-motive force,  the  current  will  not  be  any  greater. 

Absolute  and  Actual  Strength  of  Current. — It  also  follows  that  the  abso- 
lute current  of  any  battery — the  amount  that  it  is  capable  of  generating — 
may  be  very  much  greater  than  the  actual  current  that  it  sends  through  a cir- 
cuit. Everything  depends  upon  the  resistance,  whether  it  be  small  or  great. 

The  Relation  of  Curre7it  Strength  and  Quantity. — This  strength  of  cur- 
rent about  which  we  say  so  much  is  measured  in  amperes.  On  the  other 
hand,  the  quantity  of  electricity  conveyed  by  a current  of  one  ampere  in 
one  second  is  called  an  ampere  second,  or  one  coulomb.  If  C represents 
the  amepres  of  current,  t the  seconds  that  it  lasts,  and  Q the  number  of  cou- 
lombs transmitted,  their  relation  is  expressed  by  the  formula:  Q = C X t. 

In  electro-therapeutics  we  have  not  yet  found  the  same  necessity  of 
estimating  the  actual  quantity  of  electricity  as  we  have  the  current 
strength,  and  therefore  the  coulomb,  the  unit  of  quantity,  is  not  of  the 
same  practical  value  in  medicine  as  the  ampere,  the  unit  of  current 
strength.  And  yet  it  is  quantity  that  decomposes  chemic  substances,  as 
water,  salts,  the  human  body,  etc.  Hence  electrolytic  operations  largely 
depend  on  the  quantity  of  electricity  that  flows, through  the  tissues  acted 
on.  It  is  quantity  that  accomplishes  much  of  the  therapeutic  effect  of  the 
different  forms  of  electrization — although  tension  alone,  with  very  small 
quantity,  may,  as  in  the  case  of  frictional  or  franklinic  electricity,  be  ca- 
pable of  therapeutic  effects.  Franklinic  electricity,  however,  relieves  and 
cures  disease  by  changing  the  electric  condition  of  the  patient,  by  giving 
a positive  or  a negative  charge,  more  than  by  the  passage  of  the  current 
through  the  body,  and  the  consequent  electro-tonic  and  chemic  changes. 
Ordinary  faradic  or  voltaic  electricity,  on  the  other  hand,  does  not,  as 
many  suppose,  charge  the  patient  with  electricity,  and  does  not,  by  its  di- 
rect action,  leave  any  more  electricity  in  the  body  than  it  finds  there. 
If  they  increase  or  diminish  the  natural  electricity  of  the  body,  it  is  indi- 
rectly through  the  effect  of  quantity  of  electricity  passing  through  the  tis- 
sues and  improving  nutrition. 

Under  this  head  come  these  important  practical  conclusions: 

First.  If  any  large  number  of  cells  every  way  similar  are  joined  in  a 
short  circuit  by  large  connecting  wires,  and  without  any  other  external 
resistance,  there  will  be  no  more  current  flowing  than  if  a small  num- 
ber of  similar  cells  were  so  joined. 
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Although  each  additional  cell  increases  the  electro-motive  force,  yet  it 
also  increases  the  resistance,  as  we  have  already  seen,  and  this  increase  of 
resistance  will  counterbalance  the  increase  of  electro-motive  force,  so  that 
the  amount  of  electricity  that  flows  through  the  circuit  will  be  about  the 
same.  Ohm’s  law  will  demonstrate  this  mathematically.  Let  the  elec- 
tro-motive force  of  any  cell  be  1.5  volts  or  units  of  electro-motive  force,  and 
the  resistance  of  each  cell  be  2 ohms,  or  units  of  resistance,  and  the  resis- 
tance of  the  short  wire  2 ohms.  Dividing  the  electro-motive  force  by  the 


or  about  675  milliamperes  = the  current  that  10  cells  send  through  the 
circuit. 

Now  let  there  be  50  similar  cells,  and  our  fraction  will  be. 

Li  V 52  ^ 75  = 21 


Secondly.  Large  cells  connected  by  great  external  resistance,  as  the 
human  body,  or  a galvanometer  with  a long  resistance  coil,  do  not  send 
more  quantity  of  electricity  through  that  external  resistance  than  similar 
small  cells. 

The  electro-motive  force  of  large  cells  is  no  greater  than  that  of  similar 
small  cells,  as  we  have  already  seen.  The  resistance  is  less  because  the 
surface  of  the  plates  is  greater,  and  the  greater  the  section  the  less  the  re- 
sistance, as  has  already  been  shown.  But  the  little  advantage  thus  gained 
from  large  cells  by  a diminution  of  resistance  bears  so  small  a proportion 
to  the  great  external  resistance  of  the  human  body,  or  of  a very  long  wire, 
that  the  current  actually  sent  through  the  circuit  will  not  be  materially  in- 
creased— at  least,  by  any  reasonable  number  of  cells. 

Here  again  Ohm’s  law  comes  to  our  assistance,  and  fortifies  our  state- 
ment by  a rigid  mathematical  demonstration.  Let  us  suppose  a battery  of 
100  small  cells.  Let  the  electro-motive  force  of  each  cell  be  1.5  volts. 
Let  the  internal  resistance  of  each  cell  be  2 ohms.  Let  the  external  resis- 
tance of  the  human  body,  through  which  the  current  is  to  be  made  to  pass, 
be  5,000  ohms.  Now,  by  Ohm’s  law,  to  find  the  current  of  electricity 
that  flows  through  the  human  body  when  enclosed  in  the  circuit,  we  divide 
the  electro-motive  force  by  the  internal  and  external  resistance,  as  follows: 


resistance,  we  have  for  10  cells: 


1-5  v'  12  - _1L 

^ 0/-N  1 O 00 


2 10  20-1-2  22 


or  about  675  milliamperes — a fraction  that  varies  very  slightly  from 
Let  there  be  1,000  cells,  and  we  have  this  fraction: 


ioo_ 
2 100 


100  200  5000  5200 


150  _ 150 


or 

104 
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Let  us  now  suppose  loo  similar  very  large  cells.  The  electro-motive 
force  would  be  the  same,  the  external  resistance  would  be  the  same.  But 
the  internal  resistance  of  the  battery  would  be  less  because  the  surface  is 
greater. 

By  a law  previously  explained,  the  resistance  varies  inversely  as  the 
square  of  the  section.  For  convenience’  sake,  we  will  suppose  the  resis- 
tance of  the  large  cell  to  be  that  of  the  small  ones — that  is,  .5 — and 
Ohm’s  law  will  give  us  the  following  fraction: 

JLi  X — = 150  _ 150  _ _3_ 

.5  ^ 100  50 -j-  5000  5050  ~ lOI 

— a fraction  that  is,  it  is  true,  a little  larger  than  but  not  enough  to  be 
worth  considering. 

The  same  truth  may  be  shown  by  a galvanometer  that  has  a long  resis- 
tance coil.  If  the  fluid  be  raised  just  a little,  so  that  the  elements  are 
just  immersed  and  the  poles  are  connected  with  such  a galvanometer,  a 
certain  deflection  of  the  needles  will  take  place,  according  to  the  number 
of  cells.  If  now  we  raise  the  fluid  still  higher,  so  that  all  the  elements 
are  immersed,  and  four  or  five  times  as  much  surface  is  brought  into  ac- 
tion in  each  cell,  the  needles  will  not  be  much  more  deflected,  but  will 
remain  at  nearly  the  same  point  where  it  was  when  the  elements  were  first 
immersed.  This  is  an  experiment  that  we  have  made  repeatedly. 

For  the  galvanometer  substitute  the  human  body  from  the  hand  to  the 
legs,  and  we  can  understand  the  great  fact  that  large  cells  do  not  send  a 
stronger  current  through  the  body  than  small  cells  of  similar  character. 

In  electro-therapeutics,  as  in  telegraphy,  electro-metallurgy,  and  other 
uses,  large  cells  have  this  advantage,  that  they  last  longer  and  do  not  re- 
quire so  frequent  cleaning  and  filling. 

Although  they  cannot  in  a given  time  send  through  the  human  body, 
or  long  lines  of  wires,  any  greater  current  than  small  cells,  yet  their  re- 
serve force  is  much  greater,  and  in  proportion  to  their  size  they  will  hold 
out  longer  and  keep  up  a more  uniform  current. 

Large  cells  may,  for  electro-therapeutic  purposes,  have  the  advantage 
of  steadiness  of  current  ; there  would  appear  to  be  less  fluctuation  in  the 
strength  of  the  current  from  moment  to  moment  than  when  the  cells  are 
small. 

In  small  cells  the  degree  of  the  internal  resistance  and  the  extent  of 
the  chemic  action  may  vary  more  or  less  from  moment  to  moment,  owing 
to  polarization  and  the  deposition  of  the  salts  in  the  solution.  This  fluc- 
tuation is  most  marked  in  batteries  where  the  action  is  very  energetic. 
Small  single  cells,  especially  the  zinc-carbon  batteries,  lose  much  of  their 
power  during  a long  operation.  The  popular  notion  that  large  cells  have 
a therapeutic  advantage  over  small  cells  by  sending  a larger  quantity  of 
electricity  through  the  body  is,  in  the  light  of  Ohm’s  law,  as  well  as  in  the 
light  of  experience,  erroneous. 
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Thirdly.  For  the  electro-chemic  decomposition  of  water,  salts,  and  the 
human  body  (electrolysis),  a considerable  number  of  cells  of  medium  size, 
neither  very  large  nor  very  small,  and  in  which  the  chemic  action  is  pow- 
erful, are  required. 

The  resistance  of  the  limited  portion  of  the  human  body  usually  sub- 
mitted to  electrolytic  operation  is  great,  though  not  so  great  as  that  of  the 
whole  body;  and  as  we  have  seen,  before  a great  resistance,  very  large 
cells  give  no  more  current  in  a given  time  than  cells  of  moderate  size. 
If  the  cells  are  too  small,  however,  they  will  soon  become  exhausted. 
The  resistance  of  the  skin  is  very  great,  but  in  electrolysis  the  needles  go 
beneath  the  skin,  and  are  placed  near  each  other.  The  resistance  is  very 
much  less  than  in  external  applications  when  the  electrodes  are  far  apart; 
hence  it  is  an  advantage  in  electrolysis  to  have  cells  of  good  size  that  do 
not  quickly  polarize. 

Fourthly.  When  a short  platinum  wire  in  a short  circuit  is  to  be  heat- 
ed, as  in  galvano-cautery  operations,  a very  few  large  cells  or  a single 
very  large  cell  is  preferable  to  a large  number  of  small  cells. 

This  fact  has  long  been  practically  recognized,  and  all  the  batteries 
for  galvano-cautery  operations  are  constructed  on  this  principle.  The 
reason  for  this  is  not  so  well  understood.  Ohm’s  law  gives  us  the  expla- 
nation. 

Platinum  wire,  though  it  resists  the  current  very  powerfully  as  compared 
with  silver  or  copper  wire,  yet  offers  a very  small  resistance  as  compared 
with  water  or  the  human  body,  or  very  long  wire  of  any  kind.  Hence,  in 
the  galvano-cautery  instruments,  the  external  resistance  is  small,  being 
not  very  much  greater  than  the  internal  resistance  of  the  batteries,  perhaps 
not  so  great.  Now,  before  a large  external  resistance — the  human  body, 
Qj-  Y0j*y  long  coils  of  wires — the  surface  of  the  elements  is  used  to  the  best 
advantage  when  arranged  in  small  cells;  before  a small  resistance,  the 
surface  of  the  elements  is  used  at  the  best  advantage  when  arranged  in  a 
few  large  cells,  or,  if  the  external  resistance  be  very  slight  indeed,  a sin- 
gle large  cell  will  be  better;  for  we  have  previously  shown  that  in  a short 
circuit  ten  cells  give  as  much  current  as  a great  number  of  cells. 

Let  us  suppose  loo  small  cells  ; let  each  cell  have  an  electro-motive 
force  of  1.5  volts  and  a resistance  of  2 ohms.  Let  there  be  enclosed  in  a 
circuit  the  human  body,  or  a very  long  coil  of  fine  wire,  that  gives  a resis- 
tance of  5,000  ohms.  Then,  according  to  Ohm’s  law,  we  have  the  follow- 
ing fraction : 


1 . 5 100  __  150  _ 15Q 

^ 100  ~ 200  + 5000  ~ 5200 


= ampere. 

104  ^ 


which  represents  the  current  that  flows  through  the  circuit.  Suppose  now 
one  cell  of  the  same  character,  but  very  much  larger,  sends  a current  in 
a short  circuit — through  a short  platinum  wire,  such  as  is  used  in  the  gal- 


72 


ELECTRO-PHYSICS. 


vano-cautery  for  cauterizing  surfaces.  Suppose  the  external  resistance  of 
this  short  circuit  be  i ohm.  The  electro-motive  force  of  the  large  cell  is 
no  more  than  that  of  the  small  cell;  the  internal  resistance  of  the  battery 
is  very  much  less,  for,  as  we  have  seen,  the  resistance  diminishes  as  the 
surface  increases.  For  convenience’  sake  we  will  suppose  the  internal  re- 
sistance of  the  large  to  be  that  of  the  small  cell— that  is,  .2.  Now,  di- 
viding the  electro-motive  force  by  the  resistance,  according  to  Ohm’s’law 
we  have  this  result: 

1-5  _ 1.5 

.T+i  ~ TTi"  = ^-25  amperes. 

the  current  that  flows  through  the  circuit,  many  times  as  much  as  with  100 
small  cells. 

Suppose  now  this  one  large  cell  be  connected  by  a long  and  fine  plati- 
num wire,  such  as  is  used  in  the  removal  of  tumors  by  galvano-cautery 
operations.  The  resistance  will  of  course  be  greater,  for  two  reasons,  be- 
cause the  wire  is  longer  and  because  it  is  finer;  for  the  law  is,  the  less  the 
surface  or  section  the  greater  the  resistance. 

Suppose  the  resistance  be  2 olims.  Dividing  the  electro-motive  force 
by  the  resistance,  we  have: 

1.5  1.5  68 

that  is,  one-half  the  current  that  there  was  when  a short  platinum  wire  was 
in  the  circuit.  Very  likely  this  would  not  be  enough  to  heat  the  wire  and 
keep  it  hot  during  a long  operation.  This  law  comes  to  our  rescue,  and 
helps  us  out  of  this  as  of  so  many  other  difficultie.s.  Cut  up  the  one  large 
cell  into  two  cells,  and  interpose  the  long  fine  platinum  wire  in  the  cir- 
cuit. 1 lie  electro-motive  force  will  be  doubled,  the  external  resistance  will 
be  the  same;  but  the  internal  resistance  will  be  greater  because  the  sur- 
face is  diminished. 

Dividing  the  electro-motive  force  by  the  resistance,  our  fraction  stands 
thus: 

1.5  33 

•—  X 2 = — I — = - = one  ampere. 

• 5 1 + 23  ^ 

which  is  nearly  double  the  current  sent  through  the  long  wire  by  a single 
cell.  Thus  is  explained  the  fact  that  the  best  galvano-cautery  batteries 
are  arranged  so  as  to  be  thrown  into  one  large  cell,  or  cut  u^i  into  several 
cells,  according  as  a short  or  long  wire  is  to  be  heated. 

It  has  been  found  by  experiment  that  the  heat  develojDed  by  the  cur- 
rent in  any  wire  is  proportioned  to  the  squares  of  the  quantity  of  electric- 
ity that  flows  through  it. 

This  is  demonstrated  by  passing  a current  through  platinum  wires  in 
a bottle  of  alcohol.  The  heat  is  communicated  to  the  alcohol,  and  the 
thermometer  shows  the  temperature.  It  is  found  if  a current  of  a certain 
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! Strength  raises  the  temperature  io°,  a current  of  twice  that  strength  will 
I raise  it  40°. 

Again,  it  is  found  by  experiment  that  the  heat  developed  by  the  cur- 
rent in  any  wire  is  proportioned  to  the  resistance  of  the  wire. 

This  is  demonstrated  with  the  arrangement  just  described,  by  inserting 
( a rheostat  whose  resistances  are  known,  so  as  to  keep  the  current  strength 
I constant  at  a fixed  point,  and  then  inserting  platinum  wires  of  different 
! lengths  into  the  bottle. 

j From  all  this  it  follows  that  batteries  for  galvano-cautery  should  have 
I large  surfaces  and  a small  number  of  cells,  and  that  they  should  be  ar- 
ranged so  that  the  surface  may  be  used  as  one  or  two  cells,  or  cut  up  into 
four  or  six,  according  as  short  or  long  wires  are  to  be  heated. 

Fifthly.  It  follows  that  the  dose  of  an  electric  application  cannot  be 
accurately  described  by  stating  the  number  of  cells  and  the  length  of  the 
sitting. 

I This  conclusion  is  an  important  one,  and  for  want  of  a knowledge  of 
i it  electro-therapeutists  continually  blunder. 

Supposing  now  that  we  are  treating  a patient  locally  or  centrally  by 
i the  galvanic  current,  and  we  desire  to  transfer  the  patient  to  another  phy- 
i sician.  We  inform  the  physician  to  whom  the  transfer  is  made  that  we 
I are  treating  the  patient  with  ten  cells  for  ten  minutes,  and  we  desire  that 
i he  should  continue  to  give  the  same  dose.  In  the  light  of  Ohm’s  law,  let 
I us  see  what  such  instructions  are  really  worth.  The  quantity  of  electricity 
i that  passes  through  the  patient  in  a minute  is  equivalent  to  the  electro-mo- 
! tive  force  divided  by  the  resistance;  multiply  the  quotient  thus  obtained 
by  ten,  and  we  have  the  dose  of  electricity  that  the  patient  receives  in  ten 
minutes.  If,  now,  all  the  factors  that  determine  the  electro-motive  force 
and  the  external  and  internal  resistance  were  constant  and  were  accurately 
known,  and  if  they  were  the  same  for  all  batteries  and  all  modes  of  appli- 
I cation,  then  the  dose  thus  ordered  would  be  a mathematical  one.  and 
i could  be  mathematically  followed.  No  forms  of  error  are  so  erroneous 
i or  so  illusory  as  those  that  approach  us  under  cover  of  facts  and  figures. 
I In  our  very  attempt  to  be  accurate  we  stumble  into  gross  inaccuracy.  Had 
I we  left  the  whole  matter  to  the  judgment  of  the  physician,  with  some  gen- 
eral suggestions  as  to  the  susceptibility  of  the  patient,  we  should  have 
come  far  nearer  the  truth,  as  will  be  apparent  by  the  following  consider- 
I ations: 

I The  electro-motive  force  varies  in  different  batteries,  and  in  the  same 
battery  at  different  times.  Grove’s  battery,  for  example,  has  four  times 
the  electro-motive  force  of  Smee’s  battery  in  action,  and  twice  the  electro- 
motive force  of  zinc  and  copper,  or  Daniell’s  battery.  Then,  again,  the 
electro-motive  force  will  in  some  batteries  fall  off  during  an  application ; 
I and  in  all  batteries,  however  constructed,  the  electro-motive  force  varies  at 
j different  times. 
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But  the  electro-motive  force  is  constancy  itself  in  comparison  with  the 
variations  of  the  internal  and  external  resistances.  Beginning  with  the 
internal  resistance,  we  find  that  for  a Grove’s  cell,  containing  one  pint  of 
liquid,  it  is  very  small,  less  than  0.5  of  an  ohm;  for  a Daniell’s  cell  i to 
5 ohms,  and  for  a Smee’s  cell  less  than  i ohm.  The  internal  resistance 
varies  with  the  size  and  shape  of  the  cell,  the  distance  of  the  plates  from 
each  other,  and  with  the  length  of  time  that  the  battery  is  in  action. 
Even  if  the  electro-motive  force  and  external  resistance  were  accurate  and 
constant,  the  variations  in  the  internal  resistance  would  be  sufficient  to 
vitiate  all  attempts  at  prescribing  electricity  by  the  number  of  cells. 

But  it  is  in  the  external  resistance  that  we  find  the  greatest  variation, 
uncertainty,  and  inconstancy  in  applications  of  electricity  to  the  human 
body.  The  external  resistance  depends  on  the  following  factors: 

ist.  The  size  and  construction  of  the  wires  that  connect  the  battery  with 
the  electrodes.  The  larger  the  section  the  less  the  resistance,  and,  there- 
fore, large  wires  will  conduct  more  tlian  small  ones.  A certain  conven- 
tional size  is  manufactured  by  each  instrument-maker,  but  the  sizes  vary 
with  different  makers. 

2d.  The  size  and  shape  of  the  electrode.  Up  to  a certain  point,  varying 
with  the  number  of  cells,  a large,  broad  electrode  will  conduct  more  than 
a small  and  narrow  one.  A metallic  electrode  conducts  very  much  better 
than  a sponge ; flannel  conducts  much  better  than  sponge,  but  worse  than 
metal.  The  difference  in  the  conducting  power  of  metal,  sponge,  and 
flannel  is  great.  A current  which  is  painful  when  applied  by  a metal,  and 
is  quite  perceptible  when  applied  by  a flannel  or  chamois,  is  not  felt  at  all 
when  applied  by  a sponge.  The  painfulness  of  an  application,  it  is  true, 
does  not  depend  on  the  amount  of  electricity  that  passes,  but  is  also  mod- 
ified by  the  extent  to  which  the  current  is  diffused.  This  would  depend 
on  the  action  of  the  electrode,  and  therefore  an  electrode  of  sculptor’s  clay, 
which  so  accurately  adapts  itself  to  every  inequality  of  surface,  is  less  irri- 
tating than  almost  any  other  form. 

3d.  The  quantity  and  quality  of  the  liquid  used  to  moisten  the  elec- 
trodes. Electrodes  that  are  perfectly  dry  conduct  but  little,  at  least  with 
currents  of  the  tension  used  in  electro-therapeutics.  Electrodes  that  are 
wet  with  wann  water  conduct  better  than  those  that  are  wet  with  cold  wa- 
ter; and  those  that  are  wet  with  wann  salt  water  conduct  best  of  all.  1 he 
difference  in  the  conductivity  of  a sponge  wet  with  simple  cold  water  and 
one  wet  with  warm  salt  water  is  so  great  that  a current  which  is  not  felt 
when  applied  by  the  former  becomes  unbearable  when  applied  by  the  latter. 

4th.  The  amount  of  pressure  that  is  used  on  the  electrodes.  If  the  wet 
sponge  is  lightly  pressed  it  conducts  but  little,  and  its  conductivity  in- 
creases with  the  pressure.  Firm  pressure  moistens  the  skin  more  thor- 
oughly, and  thus  increases  its  conductivity,  and  at  the  same  time  it  brings 
into  coaptation  all  parts  of  the  sponge,  so  that  it  becomes  well  saturated. 
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cth.  The  position  and  extent  of  the  body  included  between  the  elec- 
trodes. This  factor  is  a most  important  one,  and  it  has  been  unaccounta- 
bly overlooked  in  all  discussions  on  this  subject.  The^  difference  in  the 
conductivity  of  the  bones  and  soft  tissues  is  all  the  difference  between 
twenty  and  one,  and  in  all  parts  the  conductivity  is  modified  by  age,  by 
temperament,  and  by  disease.  The  resistance  of  the  whole  body,  from 
one  hand  to  the  other  through  the  shoulders,  is  about  seven  or  eight  times 
the  resistance  of  the  Atlantic  cable,  and  the  resistance  of  the  whole 
length  of  the  body,  from  the  head  and  shoulders  to  the  feet,  is  probably 
greater  than  that.  But  the  resistance  of  any  limited  portion  of  the  body, 
as  the  head,  or  spine,  or  cervical  sympathetic  and  pneumogastric,  or  indi- 
vidual muscles  or  nerves,  must  be  only  a fractional  part  of  the  resistance 
of  the  whole  body.  Other  conditions  being  the  same,  the  nearer  the 
electrodes  are  to  each  other  the  less  the  resistance, 

6th.  The  length  of  the  application.  When  the  galvanic  current  is  first 
applied  to  the  body  by  wet  sponges,  but  little  sensation  is  experienced  on 
the  skin;  but  in  the  course  of  a few  seconds  a burning  pain  is  felt,  that 
increases  with  the  length  of  the  application.  This  is  explained  in  part 
by  the  chemic  changes  that  take  place,  and  in  part  by  the  fact  that  as  the 
skin  becomes  more  and  more  moistened  by  the  pressure  of  the  wet  sponge, 
and  the  skin  under  the  electrode  becomes  more  and  more  congested,  the 
resistance  is  diminished.  Consequently,  toward  the  close  of  even  a very 
short  application,  more  electricity  passes,  all  other  conditions  being  the 
same,  than  at  the  beginning.  On  this  account  it  frequently  becomes  nec- 
essary to  reduce  the  number  of  cells  during  the  sitting,  especially  when 
the  electrodes  are  kept  all  the  time  on  one  spot.  Thus  it  becomes  clear 
that  any  attempt  to  prescribe  the  dose  of  electricity  by  the  number  of 
cells,  in  ordinary  external  applications  to  the  body,  must  fail  of  its  object. 

Although  the  above  statements  have  reference  only  to  the  galvanic 
current,  they  just  as  truly  apply  to  the  faradic ; for  induced  as  well  as  gal- 
vanic electricity  is  subject  to  the  law  of  Ohm.  One  difference,  however, 
should  be  noted,  that  on  account  of  the  slighter  chemic  action  of  the  far- 
adic current  the  resistance  of  the  skin  beneath  the  electrodes  does  not  di- 
minish with  the  length  of  the  application. 

Finally,  Ohm’s  law  explains  the  fact  of  observation,  that  when  the 
poles  of  a galvanic  battery  are  metallically  connected,  the  chemic  action 
in  the  battery  is  greatly  increased  and  the  plates  rapidly  destroyed.  The 
metals,  being  better  conductors  than  the  body,  conduct  much  greater  quan- 
tity of  electricity;  and  as  the  potential  quantity  of  electricity  that  any 
battery  is  capable  of  generating  is  limited,  then  when  the  resistance  be- 
tween the  poles  is  least  the  action  must  be  strongest,  and  the  metals  the 
most  rapidly  consumed.  Neglect  in  this  regard  causes  the  premature 
destruction  of  many  batteries. 
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I CHAPTER  I. 

RELATION  OF  ELECTRO-PHYSIOLOGY  TO  ELECTRO-THERAPEUTICS 
I —ANIMAL  ELECTRICITY. 

1 

I 

I Electro-physiology  is  the  science  which  treats  both  of  the  laws  of 
t animal  electricity  and  also  of  the  phenomena  produced  by  the  action  of 
[ electricity  on  the  body  in  health.  We  propose  to  present  this  subject  as 
I compactly  as  possible,  and  consequently  shall  speak  only  of  those  facts 
I that  are  necessary  for  a true  appreciation  of  the  science,  and  chiefly  of 
I those  that,  directly  or  indirectly,  have  a practical  bearing  on  electro-thera- 
I peutics. 

^ Electro- Physiology  Largely  Studied  by  Experbnents  on  the  Living  Human 

Subject— hxi  advantage  of  great  import  to  electro-physiology,  and  one 
I that  especially  commends  it  to  the  electro-therapeutist,  is  that  it  is  largely 
' based  on  experiments  made  on  the  living  human  subject.  True  enough, 

' thousands  of  frogs  have  given  up  their  lives  in  the  electro-physiologic 
laboratory,  and  dogs  and  cats,  rabbits  and  guinea-pigs,  rats,  and  monkeys 
even,  have  been  subjected  to  electric  tests  while  living,  in  health  and  un- 
I injured,  while  dying,  and  when  dead;  but  some  of  the  most  interesting 
and  suggestive  phenomena  of  this  science,  those  which  have  the  nearest 
practical  relation  to  electro-therapeutics,  can  be  best  studied  on  the  living 
human  subject,  and  without  injuring  the  subject  experimented  on.  This 
is  the  supreme  advantage  of  the  study  of  the  physiologic  action  of  elec- 
:■  tricity  over  the  study  of  the  physiologic  action  of  the  majority  of  drugs. 
The  objection  so  often  made  against  experiments  made  with  medicines  on 
inferior  animals,  that  they  do  not  teach  the  action  of  such  medicines  on 
the  human  body  in  disease,  cannot,  therefore,  apply  to  electro-physiology, 
I except  to  a limited  degree. 

Not  a few  of  the  physiologic  reactions  of  the  human  body  to  electricity 
i can  be  studied  while  making  therapeutic  applications.  The  reaction  of 
! voluntary  muscles,  of  the  motor  and  sensory  nerves,  of  some  of  the  nerves 
I:  of  special  sense,  to  electricity,  and  the  general  effects  of  electricity  on 
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nutrition,  are  taught  us  every  time  we  electrize  a patient  by  any  of  the 
familiar  methods  of  application.  Electro-physiology  and  electro-thera- 
peutics  thus  go  hand  in  hand. 

The  Localization  of  Electricity  in  the  Body  an  Advantage  in  Study  mg  its 
Physiologic  Effect. — The  drugs  with  which  we  experiment  on  animals,  in 
order  to  learn  their  physiologic  action,  are  usually  absorbed  and  carried 
through  the  whole  system.  If  they  select  any  organ  on  which  to  expend 
their  force  in  preference  to  other  parts,  it  is  by  virtue  of  their  inherent 
affinity  for  such  organ,  and  not  from  any  power  in  the  experimenter  to  con- 
fine them  there.  But  electricity  can,  to  a certain  extent,  be  localized  in 
a muscle  or  nerve,  or  in  some  special  organ;  thus  its  effects  can  be  stud- 
ied with  greater  precision  and  certainty  than  the  effects  of  drugs  internally 
administered.  Thus  the  physiologic  action  of  electricity  has  a specially 
practical  bearing  on  its  therapeutic  action. 

Animal  Electricity  is  the  Electricity  that  Exists  in  Animal  Bodies.  Elec- 
tric Eishes. — The  most  remarkable  display  of  animal  electricity  appears  in 
certain  varieties  of  fishes.  At  a very  early  period  it  was  known  that  a 
certain  flatfish  had  not  only  the  power,  when  touched,  to  give  forth  shocks, 
but  could  impart  to  other  bodies,  for  some  distance  through  the  water,  a 
benumbing  influence.  This  phenomenon  was  first  proved  by  actual  exper- 
iment to  be  of  an  electric  nature  as  early  as  1773;  and  soon  after,  by 
means  of  a number  of  Leyden  jars,  connecting  with  a disk  of  leather  or 
wood,  either  side  of  which  was  covered  by  tinfoil,  an  artificial  torpedo  was 
constructed.  The  subject  of  animal  electricity  is  one  of  great  scientific 
interest,  arid  may  in  time  become  of  direct  practical  value  to  electro-thera- 
peutics. This  peculiar  power  is  possessed  only  by  a small  number  of 
fishes,  the  best  known  of  which  are  the  torpedo  or  electric  ray,  the  gymno- 
tus  or  electric  eel,  and  the  electric  shad. 

This  development  of  electricity  does  not  take  place  in  all  parts  of  the 
fish,  but  is  confined  to  a peculiar  expansion  of  the  nervous  system,  called 
the  electric  organ.  The  nerves  constituting  the  electric  organs  of  the  tor- 
pedo and  gymnotus  are  of  great  size.  Those  of  the  former  consist  of  three 
principal  trunks,  and  arise  from  the  cerebro-spinal  system;  while  the 
nerves  composing  the  electric  organs  of  the  latter  are  derived  from  the 
spinal  cord  alone.  As  stated  above,  the  phenomena  produced  by  these 
fishes  are  similar  to  those  which  are  obtained  from  electricity  that  is  arti- 
ficially generated. 

If  electric  fishes  are  touched  with  the  hand,  a shock  is  perceived,  while 
if  glass,  resin,  or  any  other  non-conductor  is  intervened,  no  effect  is  pio- 
duced. 

Sparks  may  be  drawn  from  them  in  the  same  way  that  they  aie  diawn 
from  other  bodies  that  are  artificially  charged  with  electricity.  The  cin- 
rent  obtained  from  them  will  magnetize  steel  needles,  decompose  water, 
and  if  the  needle  of  a galvanometer  be  brought  into  the  circuit  it  will  im* 
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meaiately  suffer  deflection,  so  that  the  direction  of  the  current  may  be 
readily  determined. 

The  electric  force  of  the  fish  is  much  weaker  after  it  has  exerted  its 
i power  a number  of  times  in  quick  succession,  and  it  requires  rest  and 
nourishment  to  enable  it  to  recover  its  normal  vigor. 

History  of  the  Discovery  of  Electricity  in  the  Body  of  Man  and  Other 
, Animals. — VVe  have  already  seen  that  Galvani  discovered  in  1786  that 
muscular  contraction  follows  the  contact  of  the  nerves  and  muscles  of  a 
frog  with  a heterogeneous  metallic  arc.  From  this  observation,  and  from 
subsequent  study  of  the  subject,  Galvani  was  inclined  to  believe  and  to 
I declare  that  in  the  tissues  of  animals  there  exists  a special  independent 
I electricity,  which  he  called  animal  electricity.  Although  Galvani’s  con- 
ij  elusions  were,  as  w'e  now  know,  not  entirely  logical,  yet  he  stumbled  on 
jl  an  important  discovery  that  w'as  destined  to  be  demonstrated  and  con- 
li  firmed  by  other  and  later  observers. 

There  is  such  a force  as  animal  electricity,  but  the  experiments  of 
j Galvani  are  explained  by  contact  of  dissimilar  substances  and  by  the 
! chemic  action  of  the  fluids  of  the  body  on  the  metals,  and  not  by  the 
electricity  of  the  body. 

Volta’s  researches  have  already  been  given  in  Electro-Physics. 

Humboldt' s Researches. — In  1799  Humboldt  published  a work  contain- 
ing the  result  of  many  and  curious  experiments,  the  object  of  which  was 
to  show  that  both  Volta  and  Galvani  were  right  and  both  wrong;  that 
there  was  such  a thing  as  animal  electricity;  that  Galvani  was  in  error  in 
regarding  it  as  the  only  form  of  electricity  that  appeared  in  his  experi- 
! ments;  and  that  Volta  was  in  error  in  refusing  to  admit  its  existence. 

Aldini's  and  Nobtli’s  Researches. — In  1803  a nephew  of  Galvani,  Al- 
I dini,  published  experiments  that  went  to  demonstrate  the  existence  of  ani- 
j mal  electricity.  The  voltaic  pile,  how'ever,  was  a stronger  argument 
against  the  existence  of  animal  electricity  than  any  experiments  could  be 
in  its  favor,  and  for  these  reasons  animal  electricity  was  forgotten. 

In  1827  M.  Nobili,  having  constructed  a very  sensitive  galvanometer, 
was  enabled,  as  he  supposed,  to  detect,  without  doubt,  the  existence  of  an 
electric  current  in  the  frog.  He  observed  that  when  the  needle  was 
placed  in  the  circuit  it  deviated  some  30°. 

Researches  of  Matteucci  and  Du  Bois-Reymond. — A few  years  subse- 
quently, Matteucci  turned  his  attention  to  this  subject;  but  it  was  re- 
served for  Du  Bois-Reymond  to  investigate  most  clearly  and  most 
fully,  if  not  most  conclusively,  the  electric  properties  of  the  nerves  and 
muscles. 

By  these  two  observers  it  is  believed  to  have  been  shown,  ist.  That 
currents  in  every  respect  like  the  frog-current  of  Nobili,  are  not  peculiar 
to  the  frog,  but  are  inherent  in  all  animals,  warm  and  cold-blooded — in 
toads,  salamanders,  fresh-water  crabs,  adders,  lizards,  glowworms,  and 
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tortoises,  as  well  as  rabbits,  guinea-pigs,  mice,  pigeons,  and  sparrows. 
(Du  Bois-Reymond.) 

2d.  That  currents  are  found  in  nerves  as  well  as  muscles,  and  that 
both  are  subject  to  the  same  laws.  (Du  Bois-Reymond.) 

3d  That  the  current  usually  observed  is  a muscular  current  that  is 
produced  by  the  muscles,  the  nerves  acting  only  as  inactive  conductors. 
(Du  Bois-Reymond.) 

4th.  That  this  muscular  current  may  be  upward  or  downward,  and  that 
the  current  of  the  whole  limb  is  the  resultant  of  the  partial  currents  of 

each  muscle.  (Du  Bois-Reymond.) 

5th.  That  these  currents  do  not  depend  on  the  contact  of  heterogeneous 
tissues,  as  Volta  had  believed,  for  the  nerves,  muscles,  and  tendons  in 
their  electric  relations  are  homogeneous.  (Du  Bois-Reymond.) 

6th.  That  electricity  is  found  not  only  in  the  muscles  and  nerves,  but 
also  in  the  brain,  spinal  cord,  and  sympathetic— in  motor,  sensory,  and 
mixed  nerves— in  a minute  section  as  well  as  in  a large  mass  of  nervous 
substances— in  a small  fibril  as  well  as  in  a large  muscle— in  the  skin, 
spleen,  testicles,  kidneys,  liver,  lungs,  and  tendons;  but  not  in  fasciae, 
sheaths  of  nerves,  and  sinews. 

7th.  That  animal  electricity  is  capable  of  decomposing  iodide  of  po- 
tassium, and  of  deflecting  the  needle  of  the  galvanometer.  (Matteucci.) 
8th.  In  the  muscles  and  nerves  electricity  is  in  the  condition  of  a 

closed  circuit. 

9th.  That  contraction  of  muscle  is  accompanied  by  an  electric  dis- 
charge resembling  that  of  a torpedo.  (Matteucci.) 

It  was  the  perusal  of  the  essay  of  Matteucci  that  inspired  Du  Bois- 
Reymond  to  undertake  those  magnificent  researches  that  have  given  him 
a name  and  a fame  in  the  realm  of  electrology. 

He  devised  special  apparatuses  for  his  researches,  and  handled  them 

with  great  skill  and  patience. 

Even  if  many  of  the  conclusions  presented  are  erroneous,  they  are  none 
the  less  interesting  suggestions,  and  have  prepared  the  way  for  those  who 
are  now  earnestly  seeking  to  discredit  his  experiments  and  disprove  his 

statements. 

The  above  conclusions  of  Du  Bois-Reymond  were  derived  from  experi- 
ments on  the  nerves  of  frogs,  but  electricity  is  not  confined  to  the  lower 
forms  of  life,  either  dead  or  dying. 

Electricity  in  the  Living  Man.—\n  the  living  man  it  is  believed  that  cu- 
taneous currents  are  found.  The  hand  is  negative  to  the  elbow,  and  the 
palm  of  the  hand  is  negative  to  the  back.  The  foot  is  negative  to  the 
chest,  and  the  sole  of  the  foot  is  negative  to  the  back.  The  elbow  is 
slightly  positive  to  the  chest,  and  the  hand  is  sometimes  negative  to  the 

foot,  and  sometimes  the  reverse.  _ 

These  cutaneous  currents  are  quite  strong  and  uniform.  They  are  0 
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be  distinguished  from  the  thermo-electric  currents  that  are  observed  when 
two  symmetrical  parts  are  heated. 

A finger  at  the  temperature  of  32°  is  positive  to  one  at  90°,  and  a fin- 
ger at  60°  is  feebly  positive  to  one  at  80°,  and  strongly  positive  to  one  at 
180°.  The  cutaneous  currents  are  also  to  be  distinguished  from  currents 
that  arise  from  dissimilar  immersion,  dissimilar  sweating,  and  shielding 
of  the  body. 

Currents  of  electricity  have  been  found  in  the  urethra  and  bladder  of 
the  rabbit,  the  intestines,  the  spleen,  the  testicles,  the  tendons,  and  the 
oviduct  of  the  frog,  and  the  iris  of  birds. 

All  these  currents  resemble  the  ordinary  muscular  currents,  in  that  the 
outer  and  inner  surfaces  have  opposite  electricities. 

The  currents  of  the  nerves  and  muscles  are  very  much  stronger  than 
those  of  other  tissues.* 

Dr.  C.  B.  Radcliffe  takes  a radically  different  view  of  animal  electric- 
ity. His  conclusions,  briefly  summarized,  are  as  follows: 

1.  The  sheaths  of  the  fibres  of  nerve  and  muscle  during  rest  are 
charged  with  electricity  like  Leyden  jars.  He  believes  it  probable, 
though  not  entirely  demonstrable,  that  the  sheaths  of  the  fibres  conduct 
electricity  so  feebly  that  they  are  practically  non-conductors  and  are  di- 
electric. 

This  charge  is  brought  about  by  the  development  of  electricity,  either 
positive  or  negative,  through  oxidation,  or  some  form  of  chemic  action,  on 
the  outside  of  the  sheaths  of  the  fibres,  which  electricity  induces,  through 
the  di-electric  sheath,  an  opposite  electricity  from  the  inside  of  the  sheaths, 
after  the  manner  of  the  Leyden  jar.  Electricity  which  exists  in  the  nerves 
and  muscles  during  rest  is  in  a static  condition,  and  not  in  dynamic  or 
current  state. 

The  nerve-current  and  muscle-current  are  purely  incidental  phenom- 
ena, resulting  from  applying  the  electrodes  to  points  of  unequal  electric 
tension. 

2.  That  the  passage  of  a nerve  or  muscle  from  a state  of  rest  to  a state 
of  action  is  accompanied  by  a discharge  similar  to  that  of  a torpedo.  The 
arguments  in  favor  of  this  view  are,  that  the  anatomical  and  physiological 
apparatus  of  the  torpedo  closely  resembles  the  muscular  apparatus  of  all 
animals;  that  the  nerve-current  nearly  disappears  from  the  nerve,  and  the 
muscle-current  from  the  muscle,  when  nerve  and  muscle  pass  from  rest 
into  action;  and,  finally,  that  the  phenomena  of  induced  or  secondary 
contraction  cannot  otherwise  be  explained. 

This  discharge  takes  place  between  the  sheaths  of  the  fibres,  which  are 
very  elastic,  and  are  capable  of  being  elongated  during  rest  by  the  mutual 
attraction  of  the  opposite  electricities  with  which  they  are  charged. 

3.  That  when  a nerve  or  muscle  passes  from  action  to  rest  it  resumes 

* “ Dynamics  of  Nerves  and  Muscles,”  London,  1871. 
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its  condition  of  charge.  Elongation,  therefore,  is  the  result  of  charge  and 
contraction  of  discharge. 

This  point  is  illustrated  by  the  following  experiment : 

A narrow  band  of  rubber  is  wound  on  both  surfaces  very  near  the  edge 
with  gold-leaf,  so  that  it  can  be  charged  or  discharged  with  electricity  like 
a Leyden  jar.  By  a simple  arrangement  of  a grooved  wheel  and  an  appar- 
atus that  multiplies  and  records  the  movements,  it  can  be  shown  that  when 
the  band  is  charged  by  a few  turns  of  a frictional  machine,  it  elongates, 
and  when  the  charge  is  discharged  it  contracts.  It  is  believed  that  the 
muscle  behaves  in  precisely  this  manner.  If  nerves  are  not  affected  in 
the  same  way,  it  is  because  their  fibres  are  not  sufficiently  elastic. 

4.  That  the  blood  keeps  up  the  natural  charge  of  electricity  in  nerve 
and  muscle. 

The  acceptance  of  this  view  explains  many  interesting  facts  in  pathol- 
ogy. It  explains  the  fact  that  diseases  that  are  accompanied  by  a defi- 
ciency in  the  nerve-currents,  as  neuralgia,  spinal  iriitation,  hysteria,  tet- 
anus, epilepsy,  usually  manifest  themselves  by  morbid  activity,  by  in- 
creased and  unnatural  movements  of  muscles  and  nerves. 

Active  inflammations,  when  there  is  increase  of  blood,  are  not  usually 
accompanied  by  excessive  muscular  or  nervous  action. 

Apparatus  for  Studying  Animal  Electricity. — In  a practical  work  of  this 
kind  it  is  not  necessary  nor  proper  to  enter  into  elaborate  detail  of  all  the 
experimental  premises  by  which  Matteucci,  Du  Bois-Reymond,  Pfliiger, 
and  others  have  made  their  discoveries.  A very  brief  desciiption  of  the 
apparatus  of  Du  Bois-Reymond  may  possibly  be  of  interest. 

He  employed  a very  delicate  galvanometer,  the  distinctive  features  of 
which  were,  first,  the  astatic  needles  were  constructed  and  ai ranged  with 
great  care;  and,  secondly,  the  wire  around  them  was  very  long,  and  of 
from  4,000  to  24,000  convolutions.  A multiplier  of  this  sort  will  indicate 
the  presence  of  exceedingly  feeble  currents.  Ihe  wires  of  the  multiplier 
are  connected  with  carefully  cleaned  and  prepared  flat  new  plates  dipped 
in  vessels  of  zinc,  containing  sulphate  of  zinc  to  prevent  polarization. 
Two  cushions,  as  they  are  called,  made  of  layers  of  blotting-papei  soaked 
in  a solution  of  sulphate  of  zinc,  are  laid  in  the  edge  of  each  vessel,  with 
their  ends  in  the  liquid.  The  whole  is  enclosed  in  a moist  chamber.  In 
order  to  protect  any  tissue,  it  is  placed  in  connection  with  the  two  cushions 
in  various  positions;  then,  if  there  be  any  current,  the  deflection  is  seen 
in  the  needle  of  the  multiplier. 

When  two  symmetrical  parts  of  the  longitudinal^  or  transverse  section 
of  a nerve  are  applied  to  the  cushions,  no  deflection  is  seen ; when  two  is 
symmetrical  parts  of  the  longitudinal  section  are  placed  on  the  cushions, 
the  needle  deflects  6°  or  7°.  When  the  longitudinal  section  of  the  nerve 
on  one  side  touches  one  cushion,  and  the  transverse  section  touches  t a 
other  side,  the  needle  deflects  15°  to  30°. 
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Instead  of  the  galvanometer  multiplier  we  may  use  the  rheoscopic  frog, 
which  may  give  some  results;  but  it  has  the  disadvantage  that  it  loses  its 
I irritability,  and  that  it  contracts  only  when  the  current  is  closed  or  broken. 

' Experiments  of  Trowbridge. — We  have  given  a full  and  varied  presen- 
i tation  of  the  leading  conclusions  of  Du  Bois-Reymond  and  others,  and 
i have  described,  in  a very  general  way,  the  best  method  of  perfonnmg  the 
i experiments  on  which  his  conclusions  are  based. 

! We  have  done  this  in  justice  to  a name  that  is  greatly  honored  in  sci- 
ence, in  justice  to  the  name  that  has  made  an  era  in  physiology,  and  to 
prepare  the  student  for  an  intelligent  understanding  of  the  experiments 
that  seem  to  overthrow  these  views  of  Du  Bois-Reymond  that  have  been  so 
i widely  accepted. 

It  has  always  appeared  to  us  that  in  the  experiments  of  all  electro- 
1 physiologists,  the  later  as  well  as  the  earlier  school,  there  were  chances 
! for  great  error,  and  have  been  surprised  that  their  conclusions  have  been 
accepted  with  so  little  reservation. 

Bearing  in  mind  that  all  chemic  action,  however  slight,  is  probably 
accompanied  by  the  generation  of  electricity,  it  is  surely  not  irrational  to 
suspect  that  the  conclusions  from  careful  experiments  of  Du  Bois-Reymond 
and  others  might  be  in  some,  if  not  in  all  cases,  modified  by  chemic  action 
between  the  animal  tissues  and  the  cushions  of  the  galvanometer,  however 
skilfully  these  were  protected. 

Among  the  physicists  at  least,  the  theories  of  Du  Bois-Reymond  have 
been,  on  the  whole,  losing  ground,  and  probably  on  account  of  the  con- 
siderations that  are  above  presented. 

Prof.  John  Trowbridge,  of  Harvard  College,  has  made  a series  of  re- 
searches that  seem  to  cast  grave  doubts  on  the  interesting  and  hitherto  ac- 
cepted conclusions  of  Du  Bois-Reymond  in  regard  to  animal  electricity. 

This  physicist,  starting  out  on  the  face  of  the  accepted  fact  that  two 
liquids  of  dissimilar  chemic  character,  separated  by  a porous  partition, 
give  rise  to  a current  of  electricity,  has  made  experiments  with  an  appara- 
tus similar  to  that  employed  by  Du  Bois-Reymond  in  his  researches  on 
animal  electricity.  Instead,  however,  of  placing  a piece  of  muscle  or 
nerv'e  on  the  cushions,  he  used  a series  of  artificial  muscles.  These  arti- 
ficial muscles  were  made  of  glass-tubes  covered  by  porous  partitions,  and 
filled  with  the  different  liquids,  such  as — 

Undistilled  water. 

Weak  solution  of  salt  in  distilled  water, 

Solution  of  different  salts  of  iron, 

Blood, 

Acidulated  water. 

Placing  the  artificial  muscle  thus  prepared  in  the  position  where  the 
natural  muscle  is  placed  in  Du  Bois-Reymond’s  experiments,  he  found 
that  each  liquid  caused  a deflection  of  the  needle  of  the  galvanometer. 
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There  is  no  question,  in  the  opinion  of  Professor  Trowbridge,  that  the 
currents  that  caused  these  deflections  of  the  needle  arose  from  the  actions 
of  the  fluids  in  the  tubes  on  the  saline  solution  of  the  cushion  and  the 
protecting  guard.  This  view  is  confirmed  by  the  fact  that  when  the  arti- 
ficial muscles  were  filled  with  distilled  water,  there  was  no  deflection  of 
the  needle  observed;  but  when  undistilled  water  or  the  other  fluids  men- 
tioned were  used,  the  needle  of  the  galvanometer  deflected  so  far  as  in 
some  cases  to  throw  the  spot  of  light  off  the  scale.*  Professor  Trow- 
bridge exercised  the  same  precautions  as  are  found  necessary  by  electro- 
physiologists in  obtaining  the  so-called  muscular  currents.  He  argues 
that  the  behavior  of  the  artificial  muscle  must  be  similar  to  that  of  a natu- 
ral muscle  placed  on  the  cushions;  and  he  states  further,  that  when  we 
use  the  natural  muscle,  containing  fresh  and  chemically  active  blood, 
separated  by  its  sheath  from  the  clay  guards  of  the  cushions,  an  electric 
action  must  take  place  between  the  fluids  of  the  muscle  and  the  saline 
solutions  in  the  connecting  apparatus,  which  action  cannot  well  be 
distinguished  from  the  so-called  muscular  current. f 

In  order  to  avoid  every  possible  source  of  error  in  these  experiments. 
Professor  Trowbridge  not  only  tried  distilled  water  in  the  artificial  mus- 
cles, instead  of  undistilled  water  and  the  different  solutions,  but  also  tried 
the  mere  contact  of  the  bladder  membrane-partition  without  any  fluid,  and 
in  neither  case  was  any  current  produced.  He  employed  a vessel  shaped 
like  the  letter  U,  opened  at  the  bend,  and  covered  at  the  ends  by  a mem- 
brane. Into  the  two  liinljs  of  the  tube  he  injected  fluids  of  different  kinds. 
When  the  vessel  was  filled  with  a fluid  that  was  homogeneous,  and  the 
ends  of  the  tube  brought  in  contact  with  the  cushions,  the  needle  of  the 
galvanometer  was  deflected.  When  the  points  of  contact  were  reversed, 
the  direction  of  the  needle  was  reversed.  That  mere  contact  of  the  tubes 
with  the  cushions  did  not  cause  the  deflection  of  the  needle,  was  shown  by 
the  fact  that  when  no  fluids  were  in  the  tube  there  was  no  deflection. 
That  the  direction  of  the  current  was  through  the  U-shaped  tube,  and  not 
from  its  extremities  to  the  galvanometer  and  back,  was  proved  by  the  fact 
that  when  the  section  of  one  of  the  limbs  of  the  U-shaped  tube  w'as  con- 
stricted, the  deflection  of  the  needle  w'as  reduced,  and  when  the  constric- 
tion was  complete  there  w'as  no  deflection. 

The  conclusion  to  w'hich  Professor  Trowbridge  arrives  from  these  ex- 
periments, which  have  been  repeated  at  various  times,  is  “ that  w'hen  the 
cushions  of  the  galvanometer  are  connected  by  a membranous  sac  contain- 
ing fluids,  or  animal  tissue  saturated  wflth  fluid,  an  endosmotic  action  takes 
place,  accompanied  by  galvanic  action;  and  that  this  galvanic  action  is 

* Thomson’s  reflecting  galvanometer  and  new  quadrant-electrometer  were  used  in 
these  experiments. 

t “ On  the  Electro-motive  Action  of  Liquids  separated  by  Membranes.”  American 
Journal  of  Science  and  Arts,  vol.  iii. 
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^ determined  by  the  difference  of  endosmotic  action  at  various  points  of  the 
enclosing  membrane.”* 

When,  therefore,  a muscle  is  placed  on  the  cushions  of  the  galvanome- 
i ter  its  transverse  section  on  one  pad  and  its  longitudinal  section  on  the 
I other,  endosmose  takes  place,  which  is  different  at  different  points,  and 
r the  galvanic  current  that  appears  is  probably  caused  by  this  difference  of 
I endosmotic  action  and  not  by  the  so-called  muscular  current.  Then 
granting  that  a muscular  current  exists,  it  must  suffer  important  modihca- 
tions  in  strength  and  direction  through  this  endosmotic  action.  If  the 
muscular  current  does  not  exist,  this  endosmotic  action,  with  the  accom- 
! panying  galvanic  action,  .will  account  for  the  deflection  of  the  needle  of 
!i  the  galvanometer  that  had  been  supposed  to  be  due  to  the  muscular  cur- 

i • A 

I Trowbridge  thinks  that  the  phenomena  noticed  by  Du  Bois-Reymond 

i arise  from  differences  in  the  chemic  nature  of  different  portions  of  the 
muscle,  although  Du  Bois-Reymond  contends  that  such  chemic  diffepnce 
I does  not  exist,  and  that  the  tissue  is  homogeneous  from  a chemic  point  of 
; view. 

The  papers  of  Burdon  Sanderson  and  Gotch,f  and  the  later  researches 
of  Fritsch,J  of  Berlin,  may  be  consulted  with  advantage  by  those  who  are 
interested  in  the  subject  of  animal  electricity. 

* Proceedings  of  the  American  Academy  of  Arts  and  Sciences,  January  g,  1872. 

f Journal  of  Physiology,  vol.  ix..  Nos.  2,  3,  and  vol.  x.,  No.  4. 

j Nature,  vol.  xvii.,  No.  12. 
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ELECTROTONOS,  ANELECTROTONOS,  AND  CATELECTROTONOS. 

Electrotonos  is  the  peculiar  modification  of  irritability  that  nerves 
and  muscles  undergo  when  acted  upon  by  a galvanic  current. 

While  the  nerve  is  in  the  electrotonic  state,  that  part  of  it  not  included 
between  the  poles  w'ill  deflect  the  needle  of  a delicate  galvanometer;  and 
that  the  deflection  then  caused  is  not  due  to  the  natural  nerve-current,  is 
proved  by  the  fact  that  it  appears  when  only  the  surface  of  the  neiwe  is 
connected  with  the  galvanometer.  It  is  therefore  the  electric  condition  of 
the  nerve  caused  by  the  passage  of  the  current  through  it  that  deflects  the 
needle.  The  electrotonic  condition  not  only  remains  so  long  as  the  gal- 
vanic current  continues  to  pass,  but,  if  the  current  be  sufficiently  powerful, 
it  remains  for  a limited  time  after  the  current  ceases  to  pass. 

'I’he  electrotonos  is  more  noticed  the  larger  the  extent  of  nerve  acted’ 
upon,  provided  the  current  be  sufficiently  increased  to  overcome  the  in- 
creased resistance. 

in  nerves  that  are  dead,  or  have  lost  their  irritability,  electrotonos 
cannot  be  excited  at  all,  or  only  feebly,  and  the  same  is  true  when  the 
nerve  is  cut  across  or  tightly  bound  with  a ligature. 

The  change  in  the  nerve-current  depends  on  the  direction  of  the  gal- 
vanic current.  When  the  galvanic  current  flows  in  the  same  direction 
with  the  nerve-current,  the  strength  of  the  nerve-current  is  increased; 
when  the  galvanic  current  flows  in  a contrary  direction,  the  strength  of  the 
nerve-current  is  diminished. 

Electrotonos  is  greater  when  the  galvanic  current  flows  lengthwise  than 
when  it  flows  across  the  nerve.  It  increases,  within  certain  limits,  with 
the  increase  in  the  intensity  of  the  current. 

Molecular  Theory  of  Aneleciroionos. — Du  Bois-Reymond  has  suggested  a 
theory  to  account  for  the  phenomena  of  electrotonos,  which  has  been  gener- 
ally accepted.  It  is  analogous  to  the  theory  of  magnetism  suggested  by 
Coulomb.  He  supposes  that  muscles  and  nerves  consist  of  electric  mole- 
cules, which  have  one  positive  equatorial  zone  and  two  negative  polar 
zones,  whose  axes  are  parallel  to  each  other,  that  is,  two  molecules  make 
one  molecule.  This  is  called  the  peri-polar  arrangement.  In  a magnet, 
each  individual  molecule  manifests  the  same  phenomena  as  the  entire 
magnet:  each  molecule  is  indeed  a magnet  in  miniature.  In  like  manner, 
each  molecule  of  the  nerve  or  muscle  manifests  the  same  phenomena  as  tlie 
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i entire  nerve  or  muscle.  These  peri-polar  molecules  are  enclosed  by  a 
j moist  covering. 

i Du  Bois-Reymond  further  supposes  that  each  peri-polar  molecule  may 
i be  divided  into  a group  of  di-polar  molecules — where  the  positive  hemi- 
i spheres  are  turned  toward  each  other — without  changing  their  electric 
I properties.  This  is  called  the  di-polar  arrangement.  If  a number  of  such 
i molecules  are  brought  under  the  influence  of  a galvanic  current,  their  posi- 
tive zones  will  turn  toward  the  negative  pole,  and  the  negative  toward  the 
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! Fig.  38. — Peri-polar  Arrangement  of  Electro-Motor  Molecules.  L S,  Longitudinal  section ; 

T S,  transverse  section  ; P,  parelectronomic  layer. 

positive;  one  of  the  molecules  (3)  turning  180'^  on  its  axis.  The  arrange- 
ment will  be  as  above.  From  its  resemblance  to  the  voltaic  pile  it  is 
called  the  pile-like  arrangement. 

This  pile-like  arrangement  of  the  molecules  not  only  takes  place  be- 
tween the  electrodes,  but  also  beyond  them  into  the  extra-polar  region. 

Du  Bois-Reymond  has  illustrated  these  phenomena  on  molecules  made 
of  zinc  and  copper. 

From  these  experiments  Du  Bois-Reymond  concluded,  first,  that  the 
i nerve  is  always  in  the  condition  of  a closed  circuit,  since  electric  currents 
I are  produced  by  the  connection  of  layers  surrounding  the  molecules  with 
I their  molecules;  and  secondly,  that  the  current  obtained  from  an  animal,  as 
' indicated  by  the  galvanometer,  is  only  a small  portion  of  the  entire  current. 

The  galvanic  current  that  produces  the  electrotonic  condition  is  called 
! the  polarizing  current.  The  portion  between  the  poles  is  called  intra-po- 
I lar;  beyond  and  outside  of  the  poles,  extra-polar.  Electrotonos  is  ascend- 
! ing  when  it  proceeds  from  the  muscle  to  the  nerve;  descending  when  it 
I proceeds  from  the  nerve  to  the  muscle. 

i Anelectrotonos  and  Catelectrotonos. — Anelectrotonos  is  a ondition  of  di- 
' minished  irritability  which  takes  place  at  the  positive  electrode.  Cat- 
! electrotonos  is  a condition  of  increased  irritability  which  takes  place  at  the 
! negative  electrode.  At  some  point  between  the  electrodes  the  irritability 
! of  the  nerve  is  unchanged.  The  conditions  of  anelectrotonos  and  catelec- 
trotonos are  found  not  only  between  the  poles,  but  also  in  the  other  por- 
tions of  the  nerve,  in  the  extra-polar  portion. 
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The  portion  between  the  poles  and  near  the  negative  pole,  together 
with  the  portion  beyond  the  negative  pole,  is  in  a state  of  catelectrotonos, 
with  increased  irritability.  The  portion  between  the  poles  and  near  the 
positive  pole,  together  with  the  portion  beyond  the  positive  pole,  is  in  a 
state  of  anelectrotonos,  with  diminished  iriitability. 

The  extra-polar  catelectrotonos  depends  on  the  length  of  the  nerve 
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Fig.  39.-L  S,  Longitudinal  Section.  T S,  Transverse  Section.  1, 

o£  electro-motor  molecules  ; 2,  di  polar  arrangement  J Jy^rent. 

like  arrangement  of  electro-motor  molecules,  caused  by  the  action  of  t g 


between  the  poles,  and  the  strengtli  of  the  cuiient,  up  to  a certain  limit. 
The  strength  of  the  extra-polar  anelectrotonos  is  proportioned  to  its  dis- 
tance from  the  poles,  being  greatest  near  tlie  intra-polar  portion.  Ihe 
extra-polar  catelectrotonos,  both  ascending  and  descending,  is  in  a state 
of  increased  irritability.  The  extra-polar  anelectrotonos,  both  ascending 
and  descending,  is  in  a state  of  diminished  irritability.  ^ ^ 

Neutral  7Vw/.— Between  the  poles  there  is  a point  where  the  imtabi  - 
ityis  not  changed;  there  anelectrotonos  meets  catelectrotonos.  This  is 
called  the  neutral  point.  The  relative  position  of  this  depends  on  the 
strength  of  the  polarizing  current.  Where  the  strength  of  the  current  is 
medium,  the  neutral  point  is  about  midway  between  die  poles.  Wheie 
the  current  is  weak,  the  neutral  point  is  nearer  the  positive  po  e. 

it  is  strong,  it  is  near  the  negative  pole.  ^ 

Negative  Variation.— mxtn  a current  frequently  interrupted  is  app  i 
to  an  irritable  nerve,  it  causes  the  nerve-current  to  diminish  in  strength, 
and  finally  utterly  destroys  it.  This  fact  is  demonstrated  by  the  galvano- 

meter. 

The  same  phenomena  are  caused  to  a less  degiee  by  chemic  or 
chanical  stimulation  of  nerve.  Negative  variation  has  been  explained  y 
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the  theory  that  the  peri-polar  molecules  in  the  nerve  change  their  ar- 
rangement, so  that  their  electro-motor  power  is  diminished.  The  nega- 
i tive  variation  of  the  current  has  been  studied  by  Bernstein,*  and  later  by 
I Burdon  Sanderson. f Bernstein  regards  all  the  electric  phenomena  of  the 
j nerve  as  undulatory  movements,  and  has  mathematically  estimated  the 
I length  of  the  waves  in  nerve  and  muscle.  Cyon,  in  confirmation,  has 
i shown  that  the  degree  of  the  variation  is  directly  proportioned  to  the 
I number  of  interruptions  in  the  exciting  current. 

Effects  of  Electrotonos  in  Diminished  Co?iductivity. — The  power  of  a 
i nerve  to  conduct  irritability  is  more  or  less  modified  by  the  condition  of 
; electrotonos.  The  portion  of  the  nerve  near  the  positive  pole,  which  is  in 
, a condition  of  anelectrotonos,  has  its  conductibility  diminished;  the  por- 
tion of  the  nerve  near  the  negative  pole,  which  is  in  a condition  of  cate- 
lectrotonos,  has  its  conductibility  increased.  If  the  current  be  sufficiently 
strong,  the  power  of  the  nerve  to  conduct  impressions  may  be  nearly  or 
entirely  destroyed. 

Effects  of  Electrotonos  after  the  Breaking  of  the  Galvanic  ( Polarizing ) 

\ Current. — One  of  the  effects  of  the  electrotonos  is  the  irritation  which  is 

caused  by  the  passing  away  of  the  anelectrotonos.  This  irritation,  which 
appears  at  the  positive  pole,  is  shown  either  by  a contraction  or  by  a tet- 
anic condition. 

Positive  Modification  and  Negative  Modification. — The  nerve  which  is 
in  a condition  of  catelectrotonos  at  the  negative  pole  is  greatly  modified 
by  the  breaking  of  the  polarizing  current.  Its  irritability  is  thereby  di- 
minished. This  diminution  of  irritability  is  called  the  “ negative  modi- 
fication.” At  the  positive  pole  in  the  catelectrotonic  region,  an  increase 
of  irritability,  or  positive  modification,  appears  on  breaking  the  current. 
This  increase  and  diminution  of  irritability  continue  for  some  time  after 
the  polarizing  current  is  broken. 

Physiologic  Effects  of  Current  Direction. — Although  it  is  impossible  to 
confine  the  current  to  the  trunk  of  a nerve,  yet  it  is  not,  according  to  our 
experimental  researches,  incorrect  to  speak  of  ascending  and  descending 
currents,  as  has  been  so  often  asserted.  On  the  contrary,  experiment 
clearly  demonstrates  that  the  irritability  of  a part  is  influenced  not  alone 
by  polar  action  but  by  current  direction  as  well.  If  an  electrode  is  con- 
structed so  as  to  eliminate  the  action  of  either  pole  at  will,  one  can  readily 
study  the  effects  of  current  direction,  and  will  find,  as  have  we  in  repeated 
experiments,  that  the  changes  of  irritability  caused  by  changes  in  the  di- 
rection of  the  current  without  regard  to  polar  action  are  very  marked  in 
degree. 

Restoration  of  Irritability. — A very  important  effect  of  electrotonos  is  a 

* “ Untersuchungen  Uber  den  Erregungsvorgang  im  Nerven-  und  Muskelsysteme,” 
1871. 

f Centralblatt  fur  Physiologie,  1890,  Band  iv.,  S.  185. 
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restoration  of  irritability  in  a nerve.  It  has  been  proved,  both  by  experi. 
ence  and  by  experiments,  that  nerves  which  from  any  cause  have  lost 
their  irritability  to  the  faradic  current  sometimes  regain  it  after  an  ap- 
plication of  the  galvanic.  It  has  been  shown  by  long  experience  that,  in 
cases  of  paralysis,  when  the  faradic  current  at  first  fails  to  produce  con- 
tractions, the  application  of  the  galvanic  may  not  only  readily  produce 
contractions,  but  may  also  produce  such  a change  in  the  irritability  of 
the  paralyzed  parts  as  to  cause  them  to  regain  their  lost  irritability  to 
the  faradic  current.  (See  Electro-Therapeutics.) 

Elcctrotonos  of  Muscle— E muscle,  like  a nerve,  may  be  put  in  the 
condition  of  electrotonos;  the  changes  of  irritability  that  accompany 
this  condition  are  confined  to  the  portion  of  muscle  through  which  the  cur- 
rent flows.  The  subsequent  effects,  after  the  polarizing  current  is  broken, 
are  also  limited  to  the  portion  through  which  the  current  passes. 

It  is  logically  probable,  also,  that  not  only  the  motor-nerves,  but  also 
all  parts  of  the  nervous  system— central  and  peripheral — are  capable  of 
exhibiting  the  phenomena  of  modified  irritability  under  the  galvanic  cur- 
rent. 

7'heory  of  Anclcctrotouos  and  Catelectrotonos. — That  the  galvanic  cur- 
rent in  its  passage  through  the  nerve  diminishes  the  irritability  of  that 
nerve  in  the  region  of  the  positive  pole,  and  increases  its  irritability  in 
the  region  of  the  negative  pole,  may  be  explained  by  the  purely  physical 
effects  of  the  currents  in  the  tissue. 

W'e  have  seen  that  in  electrolysis  acids  go  to  the  positive  and  alkalies 
to  the  negative  pole;  now  it  is  a fact  of  physiology  that  acids  diminish 
the  irritability  of  nerves,  while  alkalies  increase  it.  Anelectrotonos  and 
catelectrotonos  may  therefore  be  caused  by  acids  at  the  positive  and  al- 
kalies at  the  negative  pole. 

This  e.xplanation  is  rendered  probable  by  two  facts:  first,  that  anelec- 
trotonos and  catelectrotonos  are  not  produced  by  the  secondary  faradic 
current,  which  has  no  marked  chemic  action ; and  secondly,  that  very 
feeble  and  instantaneous  passages  of  the  galvanic  current  produce  electro- 
lytic effects. 

lyiiigeds  Contraction- Law. — The  law  of  contraction,  as  derived  by 
Pfliiger  from  experiments  on  the  frog,  is  thus  formulated:  Ihe  nerve  is 
excited  by  the  appearance  of  catelectrotonos  and  the  disappearance  of 
anelectrotonos,  but  not  by  the  appearance  of  anelectronos  or  the  disap- 
pearance of  catelectrotonos.  This  law  is  considered  of  great  scientific  as 
well  as  practical  value. 

Electrotonos  in  the  Living  Man. — The  subject  of  electrotonos  in  the 
living  man  has  been  studied  by  Eulenburg,  Saint,  Von  Bezold,  Brenner, 
Erb,  Bruckner,  Runge,  and  Filehne,  but  most  successfully  by  Cyon. 

Cyon,*  by  a series  of  elaborate  and  careful  experiments,  has  shown 

* “ Principes  d’Electrotherapie,”  Paris,  1S73,  p.  lyci  ct  scq. 
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that  the  contraction-law  of  Pfliiger,  as  established  on  the  frog  preparation, 

applies  also  to  the  living  human  subject. 

He  has  shown  that,  after  closing  the  circuit,  the  irritability  is  in- 
creased near  the  negative  pole ; that  this  condition  of  catelectrotonos  in- 
creases as  the  current  runs  up  to  a certain  point;  that  on  breaking  the 
current  the  negative  modification,  or  condition  of  diminished  irritability, 
appears  for  a moment,  and  then  disappears. 

Near  the  positive  pole,  on  the  other  hand,  the  irritability  is  diminished 
at  and  after  closing  the  current.  On  breaking  the  current  there  is  an 
increase  of  irritability,  or  positive  modification,  which  appears  to  be 
j greater  when  the  current  has  been  allowed  to  run  a long  time. 

i The  experiments  from  which  Cyon  derived  these  conclusions  were 
|j  made  on  the  ulnar  nerve,  and  with  great  care  to  avoid  error.  It  will  be 
!i  seen  that  the  results  correspond  with  the  results  of  Pfluger’s  experiments 
::  on  the  frog,  and  confirm  them.  Cyon  found,  however,  that  these  results 

ii  were  not  uniform  in  all  persons,  but  were  modified  more  or  less  by  tem- 
perament and  disease. 

Practical  Bearings  of  the  Laws  of  Electrotonos. —\Nhi\Q  the  laws  of  elec- 
trotonos  do  not  account  for  all  the  therapeutic  action  of  the  galvanic  cur- 
rent, they  are,  nevertheless,  of  great  value,  and  help  to  explain  the  practi- 
cal differences  observed  in  the  action  of  the  two  poles.  In  a carefully 
prepared  article,  however,  by  De  Watteville,'^  the  conclusion  is  reached 
“ that  a therapeutic  system,  built  on  the  opposite  anelectrotonic  and  cate- 
lectrotonic  effects,  rests  upon  an  imaginary  basis.  . . . Both  are  stimu- 
I lants,  if  ‘stimulation’  there  be,  the  kathode  more  than  the  anode.” 

* ‘ Conditions  of  the  Unipolar  Stimulation,”  etc.  Brain,  part  ix. 


CHAPTER  III. 

ACTION  OF  ELECTRICITY  ON  THE  SKIN. 

In  regard  to  the  study  of  the  action  of  electricity  on  the  body  in 
health,  it  is  necessary  to  make  the  preliminary  remark  that  many  of  the 
experiments  that  have  been  made  and  published,  and  widely  quoted  in  this 
department,  have  but  little  scientific  value,  and  cannot  be  regarded  as 
in  any  sense  authoritative.  The  reasons  for  the  uncertainty  pertaining  to 
the  reported  experiments  are  manifold: 

1.  The  distinction  between  the  currents  has  not  been  observed.  Not 
only  have  the  faradic  and  the  galvanic  currents  been  constantly  confound- 
ed, but  the  subdivisions  of  the  faradic  current— currents  of  low  and 
high  tension — have  been  vaguely  commingled.  Many  observers  speak 
of  galvanization  when  they  mean  faradization,  and  vice  versa,  and  not  a 
few  apply  both  terms  to  the  use  of  the  same  current. 

2.  Allowance  has  not  been  made  for  the  differential  action  of  strong, 
medium,  and  feeble  currents,  or  of  long  and  short  applications.  Ihe  dif- 
ference in  the  physiologic  effect  of  a large  and  small  dose  of  opium,  strych- 
nine, belladonna,  or  ergot,  or  any  other  powerful  remedy  whatsoever,  is 
enormous.  When  a small  dose  has  no  perceptible  effect,  a large  dose  may 
throw  into  profound  sleep,  or  into  violent  convulsions,  that  lead  to  death. 
In  speaking  of  the  physiologic  action  of  drugs  of  any  kind,  the  dose  is 
always  mentioned,  and  any  experiment  with  drugs,  on  man  or  animals, 
w'hen  the  dose  is  not  known  or  mentioned,  has  little  value  in  science. 
Similarly  also  in  electro-therapeutics,  we  find  in  every-day  experience  that 
the  difference  in  the  effects  of  a mild  and  short,  and  a severe  and  long, 
application,  is  only  the  difference  between  making  a patient  infinitely 
better  or  infinitely  worse. 

When,  therefore,  w'e  read  that  galvanization  of  the  sympathetic  or 
pneumogastric  produces  such  and  such  effects,  we  really  get  no  piecise 
knowledge  whatsoever. 

3.  The  differential  susceptibility  of  man  and  animals  has  not  been 
duly  considered.  Experiments  with  electricity  performed  on  the  lowei 
animals,  as  frogs,  dogs,  cats,  horses,  rabbits,  cows,  guinea-pigs,  etc.,  do 
not  always  afford  a safe  basis  for  generalization  in  regard  to  the  el  ects 
of  electricity  on  man,  and  especially  on  man  in  a state  of  civilization. 
In  their  susceptibility  to  the  electric  stimulus,  and  in  the  length  of  tune 
that  they  retain  their  irritability  after  death,  there  is  a great  diffeience  m 
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animals;  between  animals  and  civilized  man  this  difference  must  be 
j very  great. 

In  proportion  as  the  organization  of  man  is  more  complex  than  that 
of  the  lower  animals,  in  that  proportion  will  the  physiologic  reactions  of 
the  human  body  to  the  electric  current,  or  indeed  to  any  other  influence, 
be  more  complex  and  uncertain,  and  more  liable  to  deviations  and  modi- 
fications than  the  physiologic  reactions  of  the  inferior  forms  of  life  to 
I which  we  are  supposed  to  be  related.  Conclusions  in  electro-physiology, 

I derived  solely  from  experiments  on  animals,  have  the  great  merit  of  sim- 
||  plicity;  but  when  applied  to  the  far  higher  and  more  complex  organiza- 
Ij  tion  of  man,  and  especially  of  civilized  man,  with  his  excessively  sensi- 
li  tive  system  of  nerves,  they  are  apt  to  lead  into  serious  error. 

4.  Individual  idiosyncrasies  have  not  been  properly  considered.  The 
action  of  medicines  varies  with  the  temperament  to  such  a degree  as  to 
make  necessary  great  caution  in  rushing  to  generalizations  from  experi- 
ments on  one  or  two  persons.  Applications  of  electricity,  faradic  or  gal- 
vanic, to  the  cervical  sympathetic,  similar  in  length  and  strength,  may 
cause  in  one  individual  symptoms  of  cerebral  congestion,  in  another 
symptoms  of  cerebral  anaemia,  and  in  another  its  effects  may  be  purely 
negative.  In  one  individual  the  effects  of  such  application  may  be  felt 
at  once,  in  another  an  hour  or  two  after  the  application,  in  another  not 
until  the  following  day. 

There  is  a great  difference  in  the  average  susceptibility  of  different 
nationalities  and  of  the  higher  and  lower  orders  of  society,  with  occasion- 
al exceptions  both  ways;  the  tough,  coarse-fibred  laboring  classes  are 
much  less  susceptible  to  electricity,  just  as  they  are  much  less  susceptible 
to  drugs,  than  the  delicate,  finely  organized,  brain-working  classes. 

5.  The  action  of  electricity  on  the  body  in  health  may  be  learned,  in 
j part  at  least,  by  studying  its  action  in  disease. 

“ Pathology,”  Allbutt  well  says,  “ is  but  the  shady  side  of  physiology.” 
To  draw  the  line  precisely  where  health  ends  and  disease  begins,  is  often- 
times beyond  the  power  of  mortal  man.  Of  the  deep  darkness  of  the  mid- 
night hour  any  child  is  conscious,  and  even  the  birds  discern  the  approach 
of  evening;  but  what  physicist  so  keen  as  to  tell  the  precise  moment  when 
the  late  afternoon  begins  to  fade  into  the  early  twilight? 

It  is  because  physiology  and  pathology  thus  run  into  each  other,  that 
observations  on  pathologic  states  may  be  of  great  service  to  physiology. 
Experiments  made  with  electricity  on  patients  more  or  less  diseased  have 
helped,  as  we  shall  see,  to  solve  some  of  the  problems  of  electro-physiol- 
ogy.  Certain  pathologic  states  render  the  nerves  unusually  impressible 
to  electricity  in  degree,  though  in  the  same  way  as  in  health,  and  thus  are 
of  great  value  to  the  electro-physiologic  experimenter. 

The  above  considerations  explain  in  part  the  opposite  and  inconsis- 
tent as  well  as  fragmentary  character  of  electro-physiologic  researches. 
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and  they  should  be  borne  constantly  in  mind  by  those  who  study  this  and 
the  following  chapters,  devoted  to  the  action  of  electricity  on  the  human 
body  in  health. 

Action  of  Franklinic  Electricity. — When  the  sparks  of  frictional  elec- 
tricity are  applied  to  the  skin  they  produce  a sensation  of  pricking,  and 
if  the  sparks  are  large  the  skin  becomes  red  and  a papular  eruption  ap- 
pears. Applied  to  the  scalp,  it  causes  the  hair  to  stand  on  end. 

Action  of  the  Faradic  Current. — If  any  diy  artificial  electrode  is 
pressed  against  the  dry  skin  while  a faradic  current  is  passing,  the  elec- 
tricity will  penetrate  but  slightly  to  the  deeper  tissues,  unless  the  current 
is  very  intense,  because  of  the  great  resistance  offered  by  the  skin. 

One  effect  of  the  faradic  current  on  the  skin  in  this  way  is  to  cause  a 
change  in  the  circulation.  The  change  may  be  either  anmmia  or  hyper- 
mmia.  At  first  there  is  ancemia.  The  calibre  of  the  blood-vessels  is 
narrowed,  through  the  action  of  the  current  on  the  vaso-motor  nerves. 
This  contraction  with  anmmia  is  spasmodic  in  its  character;  it  lasts  but 
for  a time,  and  in  tlie  course  of  two  or  three  minutes  it  gives  way  to  hy- 
permmia.  d'he  skin  becomes  red,  and  remains  so  for  a short  or  long 
time,  from  several  minutes  to  several  hours,  according  to  the  strength  of 
the  current,  the  length  of  the  application,  and  the  temperament  of  the  in- 
dividual. 

Another  effect  of  faradizing  the  skin  in  this  way  is  pain.  This  pain 
is  caused  by  the  irritation  of  the  extremities  of  the  sensory  nerves. 

When  the  dry  hand  is  substituted  for  the  dry  artificial  electrode,  the 
surface  can  be  faradized  without  producing  pain.  During  the  latter  ope- 
ration the  electricity,  acting  upon  the  dry  surface  of  the  skin,  produces 
a peculiar  cracking  or  humming  sound  that  may  be  heard  several  feet. 

An  application  of  a faradic  current  of  ordinary  strength  is  followed 
by  the  most  marked  effects  on  the  skin  when  it  is  dry,  from  the  fact  that 
the  electricity  is  mostly  confined  to  the  surface  of  the  tissue.  A very 
fine,  or,  in  other  words,  a rapidly  interrupted,  faradic  current  has  a more 
marked  effect  on  the  sensory  nerves  than  a coarse,  or  slowly  interrupted, 
current,  and  in  the  treatment  of  the  more  common  forms  of  anaesthesia  and 
neuralgia  this  fact  must  be  considered.  The  negative  pole  has  a much 
stronger  effect  both  on  the  sensory  and  motor  nerves  than  the  positive. 
Any  one  can  readily  distinguish  the  poles,  when  held  in  the  hand,  by  the 
stronger  sensation  and  more  violent  muscular  contraction  which  is  fe  t at 
the  negative. 

Some  parts  of  the  skin  are  more  sensitive  to  the  current  tian  otiers, 
from  the  fact  that  they  are  more  richly  supplied  with  nerves.  The  face  is 
especially  sensitive  at  the  points  where  the  various  branches  of  the  trigem 
inus  issue,  and  at  the  line  of  demarcation  of  the  skin  and  mucous  mem 
brane  of  the  nose  and  mouth.  The  relative  sensitiveness  of  1 eien 
parts  of  the  surface  of  the  body  to  the  faradic  current  will  be  discusse  m 
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detail  in  a chapter  devoted  to  that  subject  in  the  section  on  Electro-Ther- 
i apeutics.  A faradic  current  of  moderate  strength,  when  applied  to  bones 
; that  lie  very  near  the  surface,  produces  considerable  pain  of  a peculiar 
! character.  This  pain  is  caused  on  account  of  the  irritation  of  the  sentient 
I nerves  of  the  periosteum.  The  forehead  and  the  region  of  the  scapula 
1 and  tibia  are  especially  sensitive  to  electrization. 

It  is  not  supposed  that  the  bone  is  specifically  affected  by  the  electric 
' current.  Both  the  periosteum  and  the  bone,  however,  may  have  an  in- 
creased amount  of  blood  attracted  to  them  by  the  electric  current.  Act- 
I ing  in  this  manner,  electrization  has  been  known  to  reunite  an  old  frac- 
!’  ture.  (See  Electro- Surgery.) 

The  great  and  peculiar  sensitiveness  of  the  skin  to  electricity  is  ex- 
I plained  in  part  by  the  fact  that  the  epidermis  as  a whole  is  so  poor  a con- 
! ductor,  and  the  electricity  enters  it  by  points  through  the  sudoriferous 
; and  sebaceous  glands,  and  the  smaller  the  diameter  of  the  point  at  which 
i the  electricity  enters  a body  the  greater  the  density,  the  strength  of  the 
current  being  constant.  When  now  an  electrode  is  applied  to  the  body, 
the  entire  current,  instead  of  diffusing  itself  over  the  whole  surface,  enters 
i at  the  glands,  where  there  is  best  conduction,  and  consequently  excites 
i pain.  For  the  same  reason,  to  a greater  degree,  electricity  applied  by 
means  of  a metallic  brush  is  far  more  painful  than  when  applied  with  a 
broad  metal  or  sponge. 

For  the  same  reason  a wet  sponge  electrode,  when  lightly  touched  to 
[ the  surface  of  the  body,  causes  more  pain  than  when  firmly  pressed  on  the 
I skin. 

One  effect  of  faradizing  the  skin  is  the  phenomenon  of  “goose-flesh,” 

1 popularly  so  called.  This  is  noticed  not  only  where  the  electrodes  are 
applied,  and  between  them,  but  at  a distance.  It  is  more  observed  in 
the  nervous  and  feeble  than  in  the  hardy  and  strong.  It  may  be  excited 
by  weak  currents  of  momentary  duration.  In  some  persons  it  cannot  be 
excited  at  all. 

Action  of  the  Gahianic  Current. — The  effects  of  the  galvanic  current 
on  the  skin  differ  somewhat  from  those  of  the  faradic.  At  both  poles 
there  is  a burning  sensation,  which  increases  in  intensity  with  the  strength 
of  the  current  and  the  length  of  the  application.  The  sensation,  when  the 
current  is  closed,  is  like  that  of  a mustard  plaster,  or,  with  a very  strong 
current,  that  of  a hot  iron  pressed  on  the  skin.  The  “ goose-skin”  some- 
times appears  as  under  the  faradic  current,  but  it  lasts  longer.  It  appears 
only  around^  the  poles,  and  not  beneath  them,  at  the  points  of  contact. 
At  the  positive  pole,  in  some  cases,  there  appears  under  the  electrode,  at 
rst,  a shallow  depression,  and  the  skin  is  pale,  but  soon  hypertemia  ap- 
pears, and  many  little  elevations  here  and  there.  When  a strong  current 
IS  used  an  ischaemic  appearance  is  presented  beneath  the  electrode,  and  a 
red  areola  extends  for  some  distance  around 
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At  the  n6g3.tiv6  polG  subst3.nti3.lly  tliG  s3mG  pliGnomGn3  3ppG3r,  but  tli6 
hypGraemia  arises  more  rapidly,  and  is  more  intense  and  extended. 

The  general  sensation  caused  by  the  galvanic  current  is  then,  in  char- 
acter, substantially  the  same  at  both  poles.  In  degree  of  action  there  is  a . 
certain  difference,  since  the  change  at  the  negative  develops  more  rapidly 

and  powerfully.  _ 

The  above  phenomena  we  have  repeatedly  demonstrated  on  a variety  ■; 

of  temperaments.  We  have  observed  that  the  rapidity  and  strength  of  the  ? 
action  are  considerably  modified  by  the  individual  and  the  resistance  | 
offered.  Soft,  thin,  and  delicate  skins  appreciate  the  burning  feeling  and  . 
the  various  stages  of  hypercemia  more  quickly  than  skins  which  are  coarse,  ; 
thick,  and  hard. 

Ziemssen,  who  has  carefully  studied  this  subject,  states  that  unpolar-  ; 
ized  electrodes  are  necessary  in  order  to  obtain  the  complete  results  with  i 

certainty.  , • re  ‘ 

Chcmic  Effects  of  the  Galvanic  Current  on  the  Skin. — The  chemic  effects 

of  the  galvanic  current  on  the  skin  differ  not  only  in  degree  but  in  kind. 
Under  the  negative  pole — when  metallic  electrodes  of  moderate  diameter 
are  applied  on  the  skin,  slightly  moistened— there  appear  small,  pale  j 
vesicles,  that  are  transparent  and  are  not  raised  much  above  the  skin.  ^ 
This  phenomenon  is  produced  by  a current  that  causes  a strong  burning  ^ 
sensation.  These  vesicles  contain  fluid  and  layers  of  epidermis.  The  i 
fluid  is  alkaline.  When  the  strength  of  the  current  is  increased  the  fluid  ^ 
becomes  of  a brownish  color,  and  blisters  are  formed  and  a red  areola  ap-  ; 
pears.  The  serum  that  comes  out  on  the  skin  is  alkaline.  These  blis-  ^ 
ters,  and  all  the  other  phenomena,  as  has  been  often  demonstrated,  ap- 
pear more  rapidly  on  delicate  than  on  thick  skins,  and  when  fully  formed 
they  are  a long  time  in  healing,  and  for  days  and  weeks  a yellowish  an 
brownish  discoloration  may  be  observed  at  the  points  where  the  skin  was 


acted  on.  , . j 4.1 

If  the  application  be  still  more  protracted  little  ulcers  are  formed,  that 

are  also  slow  to  heal  perfectly,  but  are  not  painful,  and  cause  no  annoy- 

At  the  positive  pole,  when  a strong  current  is  used  for  some^^tirn  , 
blister  appears,  accompanying  the  other  symptoms  of 

mia.  The  blister  is  colored  ir.  its  ceiitre  a yellomsh  brown.  The  se^ 
rous  fluid  that  comes  from  the  blisters  is  acid.  me  a ic  e 

becomes  black  through  oxidation.  In  order  to  demonstrate  this 
the  positive  pole,  it  is  better  to  have  the  connection  at  the  negat  1 
established  by  means  of  a broad,  soft,  and  well-moistened  sponge. 

Ziemssen  states  that  by  this  experiment,  made  with  thermometei  , no 
elevation  of  temperature  takes  place  either  at  the  positive  or  n gr 

^°^^In  all  these  chemic  actions  of  the  galvanic  current  on  the  body,  it  is 


< 
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probable  that  more  or  less  ozone  is  produced,  and  it  is  not  impossible  that 
the  ozone  thus  produced  may  in  some  way  modify  the  effects, 
i Ehctro-an(zsthesia, — It  has  for  some  time  been  a matter  of  dispute 

I whether  a slight  anaesthesia  can  be  produced  by  the  electric  current.  It 
I is  well  known  that  for  a number  of  years  some  dentists  have  been  accus- 
i tomed  to  connect  the  forceps  for  extracting  teeth  with  one  pole  of  an 
j electro-magnetic  apparatus  while  the  patient  rested  his  foot  on  the  other 
j pole,  so  that  as  soon  as  the  forceps  seized  hold  of  the  tooth  a current  is 
1 established.  Although  this  method  of  producing  anaesthesia  is  not  now 
l!  received  with  favor,  there  is  no  question  that  the  electric  currents  do  have 
a slight  benumbing  effect.  That  the  pain  caused  by  the  prick  of  a pin, 
for  example,  is  less  sensitively  felt  when  a strong  faradic  current  is  pass- 
ing through  the  part  where  the  puncture  is  made,  we  have  practically 
demonstrated  on  the  hand  and  other  parts  of  the  body. 

Knorr,  of  Munich,  has  availed  himself  of  the  anaesthetic  effects  of 
electrization  for  opening  felons  and  buboes. 

We  have  also  experimented  on  inflamed  and  irritated  mucous  mem- 
branes. In  rhinitis,  pharyngitis,  and  laryngitis,  we  have  for  years  been 
accustomed  continually  to  make  use  of  the  benumbing  effects  of  electri- 
zation. 

It  has  a very  slight  anaesthetic  effect  on  irritated  and  inflamed  mucous 
membrane,  and  those  on  whom  it  has  been  employed  desire  to  have  the 
applications  repeated. 

Induced  current  vibrations  of  extreme  rapidity  have  been  found  to 
possess  anaesthetic  properties,  although  it  is  necessary  that  these  vibra- 
tions shall  be  a certain  number  per  second.* 

Electrical  Excitability  of  the  Skin. — Tschiriew  f and  De  Watteville  have 
I pointed  out  a method  by  which  the  absolute  and  relative  excitability  of 
1 the  cutaneous  nerves  can  be  readily  tested.  The  principles  of  their  meth- 
i od  are:  ist.  Elimination  of  all  the  sources  of  variation  in  the  strength  of 
the  currents  due  to  the  variable  thickness  of  the  epidermis,  and  the  differ- 
ent positions  of  the  electrodes,  etc.,  by  intercalating  in  the  circuit  such 
resistances  as  to  make  such  variations  insignificant,  zd.  Elimination  of 
the  variable  abundance  of  nervous  elements  in  the  skin,  by  exciting  it  at 
a constant  number  of  points,  dispersed  over  a constant  surface. 

* “A  Study  of  Electro-Anaesthesia,”  by  W.  F.  Hutchinson,  1893. 
f Brain,  Part  vi. 
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ACTION  OF  ELECTRICITY  ON  THE  BRAIN  AND  SPINAL  CORD. 

Direct  AppUcatmi. — It  has  been  shown  by  Fritsch  and  Hitzig  that  in  j 
the  cerebral  convolutions  there  are  centres  for  the  production  of  voluntary  | 
muscular  movements  in  various  parts  of  the  body.  These  physiologists  | 
took  off  the  upper  part  of  the  skull  of  a dog,  and  by  means  of  weak  gal-  j 
vanic  currents  excited  the  exposed  brain,  locating  the  current,  as  fai  as  j 
possible,  in  small  portions.  They  found  that  when  certain  definite  por-  j 
tions  of  the  anterior  convolutions  were  excited,  movements  were  caused  | 
in  certain  groups  of  muscles  on  the  opposite  side  of  the  body.  Continu- 
ing their  researches,  they  showed  that  there  are  definite  nerve-centres  for  | 
the  nerves  that  preside  over  the  muscles  of  the  neck,  the  foot,  and  the  j 
face,  for  the  extensor  and  adductor  muscles  of  the  forearm,  and  for  the  j 

flexor  and  rotator  muscles  of  the  arm. 

Professor  Ferrier,  of  King’s  College,  London,  has  made  similar  re-  , 
searches  with  the  faradic  current,  and  with  it  has  investigated  the  brains  . 
of  fish,  frogs,  dogs,  cats,  rabbits,  guinea-pigs,  and  monkeys.  He  has  stud- 
ied  not  only  the  cerebrum,  but  the  cerebellum,  the  corpora  quadiigemina,  ( 
and  other  portions  of  the  brain.  Electrization  of  the  optic  thalami  pro- 
duced no  result.  Electrization  of  the  corpora  striata  caused  the  limbs  io 
be  flexed.  Electrization  of  the  anterior  tubercles  of  the  corpora  quadri- 
gemina  caused  dilatation  of  the  pupils  and  opisthotonos;  while  electriza- 
tion of  the  posterior  tubercles  caused  the  animal  to  make  all  sorts  of  noises. 
Electrization  of  the  cerebellum  caused  movements  of  the  eyeballs.  We 
have  carefully  studied  this  subject  on  the  brains  of  dogs,  rabbits,  cats,  and 
pigeons.  We  used  both  currents,  of  varying  degrees  of  strength,  and  stud- 
ied also  the  question  of  diffusion  of  currents.  Our  provisional  conclusions 
were,  that  the  surface  of  the  brain  was  electrically  excitable , that  the  t le 
ory  advanced  by  Dupuy  and  other  French  observers,  that  the  excitation 
was  due  to  the  diffusion  of  the  currents  to  the  central  ganglia,  was  not 
tenable.*  Dr.  Bartholow  f had  made  similar  experiments  on  the  brain  o 

a living  woman,  exposed  by  cancerous  disease.  ^ 

Effects  of  External  Galvanization  of  the  Brain.— The  leading  effect  o 
medium  and  strong  galvanization  of  the  brain  by  external  application  in 
the  living  human  subject  is  different.  When  one  electrode  is  placed  on 
the  forehead  and  the  other  on  the  occiput,  or  one  on  the  summit  o t le 

* Archives  of  Electrology  and  Neurology,  May,  i874*  ^ Ibid. 
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head  and  the  other  on  the  stomach,  galvanization  is  followed  by  little  if 
any  tendency  to  vertigo.  When  a current  of  even  feeble  tension  is  passed 
from  temple  to  temple,  or  from  one  mastoid  bone  to  its  fellow,  veiy  de- 
cided dizziness  is  at  once  perceived,  which  continues  during  the  operation 
of  the  current,  and  becomes  most  decidedly  manifested  at  the  moment  the 
circuit  is  broken. 

During  the  passage  of  the  current  there  is  a very  marked  and  quite  ir- 
resistible tendency  to  lean  toward  the  positive  pole,  while  objects  in  view 
seem  to  move  in  the  same  direction.  When  the  circuit  is  opened  there  is 
a reversal  in  the  direction  of  the  seeming  movements,  and  the  experimenter 
instantly  bends  in  the  opposite  direction  toward  the  negative  pole. 

For  these  phenomena  an  ingenious  and  plausible  explanation  is  given 
by  Hitzig.  When  the  current  passes  from  the  forehead  to  the  occiput, 
the  right  and  left  lobes  of  the  brain  and  all  that  pertains  to  them  are 
equally  or  symmetrically  influenced,  and  little  if  any  dizziness  is  per- 
ceived. Place,  however,  the  anode  upon  one  temple  and  the  kathode  upon 
the  other,  and  mark  the  readiness  with  which  dizziness  is  produced.  . 

In  this  operation  the  brain  is  no  longer  symmetrically  affected.  One 
hemisphere  is  in  a condition  of  anelectrotonos,  or  diminished  irritability, 
while  the  other  is  in  a condition  of  catelectrotonos,  or  increased  irritabil- 
ity, or,  as  it  is  expressed,  there  is  a falsification  of  the  muscular  sense,  a 
disturbance  of  the  equilibrium,  and  the  apparently  involuntary  inclination 
toward  the  anode  is  in  reality  a voluntary  effort  to  restore  the  imaginary 
loss  of  balance. 

Hitzig  indicates  several  degrees  of  galvanic  giddiness. 

1.  A mere  sense  of  fulness  in  the  head.  This  feeling  is  caused  by  a 
mild  current  when  broken,  but  not  usually  when  the  current  is  running, 
nor  so  markedly  when  the  current  is  closed.  Certain  temperaments,  how- 
ever, experience  this  feeling  not  only  when  the  current  is  broken,  but  also 
when  it  is  running. 

2.  Apparent  movements.  These  are  produced  by  stronger  currents. 
Objects  when  the  current  is  running  appear  to  go  from  the  positive  to  the 
negative  pole ; when  the  current  is  broken  the  apparent  movement  is  re- 
versed. 

3.  Staggering.  This  is  produced  by  stronger  currents.  In  impressible 
temperaments  very  mild  currents  may  produce  it. 

Movements  of  the  Eyes. — Movements  of  the  eyeballs  have  also  been 
observed  by  Hitzig  during  the  second  and  third  stages  of  dizziness. 
When  a strong  current  goes  transversely  through  the  head,  and  its  direc- 
tion is  changed,  movements  of  the  eye,  resembling  nystagmus,  appear. 
There  is  a jerk,  and  then  a further  movement.  If  the  positive  pole  be  in 
the  right  mastoid,  and  the  negative  in  the  left,  both  eyes  are  jerked  toward 
the  left,  and  kept  there,  provided  the  current  be  sufficiently  strong. 

Notwithstanding  the.se  strong  evidences  of  the  possibility  of  directly 
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influencing  the  brain  by  external  applications  of  the  galvanic  current,  Dr. 
H.  A.  Hare  * details  some  experiments  on  dogs  which  seem  to  him  to 
prove  that  no  such  influence  is  possible,  and  that  any  therapeutic  benefit 
that  comes  from  applications  to  the  head  comes  through  reflex  action  and 
is  not  due  to  the  direct  action  of  the  current  on  the  cranial  contents. 
Deve,f  on  the  contrary,  reports  some  interesting  experiments  which  seem 
sufficient  to  prove  that  electricity  acts  perfectly  within  the  central  portions 
of  the  brain.  These  experiments  will  be  referred  to  in  more  detail  further 
on. 

SPINAL  CORD. 

Rigid  cramps  of  all  the  muscles  of  the  trunk  and  extremities  follow 
electrization  of  the  spinal  cord  when  an  electrode  is  placed  at  either  ex- 
tremity of  the  cord.  Cramps  of  the  same  character  are  also  produced 
when  one  electrode  is  applied  to  the  anterior  and  the  other  to  the  posterior 
column,  either  at  their  upper  or  lower  extremities. 

If  the  spinal  cord  be  divided  at  about  its  centre  and  the  lower  half 
electrized,  only  the  muscles  of  the  lower  or  hinder  limbs  will  contract.  If 
the  upper  half  be  electrized,  only  the  muscles  of  the  fore  limbs  will  enter 
into  contraction.  The  results  will  be  the  same,  whether  the  cut  extremi- 
ties are  separated  or  brought  in  close  contact,  in  which  latter  condition 
no  impediment  is  offered  to  the  passage  of  the  current.  The  above  re- 
searches of  Weber  have  been  confirmed  by  our  experiments  on  dogs  and 
rabbits.  'J'he  effects  are  produced  by  both  currents. 

Inhibitory  Effects. — At  the  moment  of  closing  and  breaking  a galvanic 
current  its  action  upon  the  cord  is  manifest  by  the  contraction  of  the  mus- 
cles of  the  body  and  limbs;  but  during  the  passage  of  the  current  no  con- 
tractions are  observed,  and  a paralyzing  effect  soon  takes  place.  The 
cord  remains  imsensible  to  any  stimulus  that  may  be  applied  to  it  as  long 
as  the  current  is  passing,  but  at  its  cessation  any  mechanical  irritation 
will  give  rise  to  the  usual  tetanic  convulsions.  This  diminution  of  ex- 
citability is  confined  alone  to  the  spinal  cord,  for  if  the  motor  nerves  and 
muscles  are  traversed  by  an  induced  current  (while  the  cord  is  under  the 
influence  of  the  galvanic)  they  contract  vigorously.  The  galvanic  cm  lent 
applied  through  the  spinal  cord  for  a long  time  produces  paralysis. 

According  to  Mayer,  if  a mild  faradic  current  be  applied  to  the  cervi- 
cal regions  of  frogs  that  are  in  an  irritable  condition,  movements  of  the 
lower  extremities  occur.  Electrization  of  the  posterior  columns  produces 
these  movements  easier  than  electrization  of  the  anterior  columns.  If  the 
posterior  columns  are  removed  no  movements  occur.  If  the  cord  is  di- 
vided into  halves,  posteriorly  and  anteriorly  from  above  nearly  down  to 

* Therapeutic  Gazette,  December  15,  1893. 

t “ Dans  I’electrization  galvanique  cie  la  tete,  le  courant  passe-t-il  i la  surface  du  cer- 
veau  ou  danssa  profondeur?”  Union  med.  du  Nord-est,  Rheims,  1893,  xvii.,  37  39* 
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the  origin  of  the  sciatic  nerve,  electrization  of  the  posterior  half  produces 
movements,  but  electrization  of  the  anterior  does  not.  If  the  posterior 
roots  on  the  trunk  of  the  brachial  nerve  are  electrized  the  movements  are 
produced  just  as  when  the  cord  itself  is  electrized.  Fick,  however,  de- 
clares that  the  anterior  columns  respond  to  faradization. 

CiUo-spinal  Centre— Tht  cervical  sympathetic  nerve,  which  animates 
the  radial  fibres  of  the  iris,  takes  its  rise  from  the  spinal  cord  between  the 


seventh  cervical  and  the  sixth  dorsal  vertebrae.  ^ ^ 

If  this  portion  of  the  cord  be  galvanized,  the  excitation  is  transmitted 
to  the  cervical  sympathetic  nerve,  and  thence  to  the  iris,  producing  dila- 
tation of  the  pupil.  This  point  has  been  termed  by  Budge  and  Waller 
the  centrum  cilio-spinale.  A ganglion  near  the  fifth  lumbar  vertebra 
which,  on  being  electrized  in  animals,  produces  contractions  of  the  rec- 
tum and  bladder,  is  called  the  ganglion  genito-spinale. 

The  first  of  these  points,  the  centrum  cilio-spinale,  can  be  demon- 
strated by  external  applications  both  of  the  galvanic  and  faradic  currents, 
and  is  of  great  importance  in  general  faradization.  The  ganglion  genito- 
spinale  also  is  probably  directly,  though  not  so  demonstrably,  affected  by 
external  electrization  of  the  spine. 
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ACTION  OF  ELECTRICITY  ON  THE  SYMPATHETIC  AND  PNEUMO 

GASTRIC. 

The  influence  exerted  by  electricity  upon  the  sympathetic  system  of 
nerves  is  a subject  of  exceeding  interest.  There  can  be  no  question  in  re- 
gard to  the  phenomena  that  attend  the  direct  applications  of  either  current 
in  physiologic  investigations,  and  it  is  not  surprising  that  those  who  first 
witnessed  these  phenomena  regarded  them  as  significant  of  the  possibili- 
ties of  this  agent  in  the  treatment  of  diseased  states  of  the  central  nervous 
system.  Unfortunately,  external  or  percutaneous  applications  of  electric- 
ity— gidvanic  or  faradic — failed  in  great  measure  at  that  time  to  substan- 
tiate the  hopes  entertained,  and  the  therapeutic  results  in  those  cases  where 
the  sympathetic  was  supposed  to  be  involved  were  altogether  unsatisfac- 
tor}^  We  do  not  have  to  seek  far  for  the  causes  of  this  failure.  They 
are  to  be  found  in  an  incorrect  appreciation  of  the  relation  of  electricity 
to  the  human  body,  based  upon  an  imperfect  knowledge  of  the  physics  of 
electricity,  and  the  lack  of  suitable  appliances  and  instruments  of  preci- 
sion. 

In  view  of  the  wide  field  opened  to  us,  in  case  it  can  be  demonstrated 
that  in  therapeutic  doses  electricity  can  be  made  to  affect  appreciably 
the  deeper  nerve  structures,  it  .seems  to  us  most  desirable  to  gather  together 
some  of  tlie  facts  bearing  upon  this  interesting  question.  This  seems  to 
be  the  more  necessary  because  there  are  many  who  honestly  doubt  the  pos- 
sibility  of  electrically  stimulating  any  part  of  the  central  nervous  system 
by  ordinary  percutaneous  methods  of  application.  Certainly  no  one  who 
has  witnessed  an  execution  by  electricity  can  doubt  its  power  to  directly 
influence  the  most  distant  organs;  and  if  fifteen  hundred  volts  will  in- 
stantly paralyze  every  bodily  function,  would  it  not  be  strange  if  fifty  volts, 
or  one-fiftieth  of  the  power  necessary  to  kill,  possessed  no  influence  on  the 
brain  and  the  deeper-seated  nerve-structures?  Reasoning  from  analogy, 
the  facts  are  all  in  favor  of  this  probability,  for  in  the  administration 
of  drugs  far  less  than  one-fiftieth  of  the  dose  necessary  to  destroy  life  is 
often  productive  of  appreciable  therapeutic  effects. 

We  possess  very  few  pathologic  facts  in  support  of  the  sympatlietic 
origin  of  di.sease,  and  therefore,  in  studying  this  question,  and  the  one 
that  we  are  about  briefly  to  consider,  viz.,  the  action  of  electricity  on  llie 
sympathetic,  it  will  be  instructive  to  refer,  i,  to  the  effects  of  electrization 
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on  the  exposed  sympathetic,  and  to  a few  of  the  ascertained  facts  in  regard 
to  the  influence  of  the  sympathetic  on  the  functional  activity  of  various 
organs;  2,  to  ascertain  phenomena  observed  after  percutaneous  applica- 
tions in  the  neighborhood  of  the  sympathetic;  3,  to  clinical  observations 
illustrating  the  effects  of  applications  of  electricity  to  the  neck  in  certain 
conditions  supposed  to  be  dependent  upon  disorders  of  the  sympathetic. 

Beginning  with  the  original  experiments  of  Claude  Bernard  as  far  back 
as  1832,  we  find  that  division  of  the  sympathetic  causes  a multitude  of 
phenomena.  The  cornea  flattens,  the  pupil  contracts,  the  globe  of  the  eye 
retracts,  the  palpebral  fissure  decreases  in  size,  the  conjunctiva  reddens, 
and  there  is  a very  positive  elevation  of  temperature  due  to  a general  dila- 
tation of  the  vessels  of  the  head  and  neck  on  the  side  operated  upon. 
Electric  stimulation  of  the  cephalic  extremity  of  the  severed  nerve,  on  the 
[ contrary,  causes  the  vessels  to  contract,  and  all  the  various  phenomena  to 
disappear  for  the  time  being. 

The  influence  of  the  vaso-motor  nerves  of  the  eye  was  made  evident  a 
! century  ago  by  the  investigations  of  Pourfour  du  Petit.  The  vessels  of  the 
[I  iris  dilate  on  division  of  the  sympathetic,  followed  by  immediate  contrac- 
!|  tion  when  the  peripheral  extremity  of  the  nerve  is  submitted  to  electric 
ij  excitation. 

j Brown-S(fquard,  experimenting  upon  guinea-pigs  and  rabbits,  by  di- 
viding the  cervical  sympathetic,  found  after  the  lapse  of  a few  months  an 
appreciable  atrophy  of  the  brain  of  the  same  side. 

That  the  intercranial  blood  pressure  is  in  some  degree  regulated  by 
the  cendcal  sympathetic,  seems  altogether  probable  on  account  of  the  ana- 
tomical relationship.  The  nerves  of  the  pia  mater,  and  those  associated 
i with  the  vessels  of  the  cortical  substance,  are  traced  back  to  the  sympa- 
i thetic  plexus,  irritation  of  which  causes  immediate  contraction  of  the  cra- 
! nial  vessels.  Perhaps  the  most  conclusive  experiments  in  this  direction 
I were  made  by  Fisher.*  With  the  aid  of  a haemato-dynamometer,  he  was 
I enabled  to  show  that  faradization  of  the  exposed  sympathetic  of  a horse 
resulted  in  a constant  increase  of  arterial  pressure,  as  well  as  increased 
tension  of  the  arterial  walls. 

Intestinal  peristalsis  is  undoubtedly  more  or  less  under  the  influence 
of  the  sympathetic;  the  movements  of  the  intestines  in  animals  being  ar- 
rested on  irritation  of  the  splanchnic  nerve,  while  the  thoracic  and  abdo- 
minal sympathetic  impart  accelerating  influences  to  these  movements. 

I The  uro-genital  apparatus  also,  including  the  bladder,  the  ureters,  seminal 
vesicles,  and  the  uterus,  respond  to  experimental  irritation  of  the  sympa- 
! thetic  plexus  of  the  abdominal  cavity. 

I The  secretory  processes  of  the  body  depend  largely  upon  the  influence 
I of  the  vaso-motor  branches  of  the  sympathetic,  the  secretion  of  the  gastric 

* Deutsches  Archiv  fUr  klinische  Medicin,  1875. 
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juice  being  carried  on  automatically  by  the  ganglia  situated  in  the  walls 
of  the  stomach.  The  nutrition  of  the  mucous  membrane  must  in  a meas- 
ure be  dependent  upon  this  system  of  nerves,  since  extirpation  of  the  so- 
lar plexus  is  followed  by  hyperminia,  extravasation  of  blood,  and  ulcera- 
tion. Stimulation  and  extirpation  of  the  abdominal  sympathetic  plexuses 
affect  the  intestinal  secretion,  the  evacuation,  and  the  general  nutrition  of 
the  intestines.  The  vaso-motor  nerves  of  the  liver  are  derived  from  the 
sympathetic.  These  nerves  have  their  origin  near  the  floor  of  the  fourth 
ventricle  of  the  brain,  entering  the  sympathetic,  and  thence  with  the  blood- 
vessels pass  to  the  gland  itself.  Puncture  of  these  vaso-motor  neiwes  pro- 
duces paralytic  dilatation  of  the  vessels  and  the  production  of  sugar — the 
same  results  that  follow  puncture  of  the  floor  of  the  fourth  ventricle  it- 
self. These  effects  were  supposed  to  be  produced  by  stimulation,  but 
the  experiments  of  Cyon  and  Aladoff,  in  1871,  made  it  quite  evident  that 
the  appearance  of  sugar  in  the  urine  came  not  from  stimulation,  but  from 
paralysis,  of  the  .sympathetic.  Not  only  did  they  And  that  removal  of 
the  cervical  ganglia  of  the  sympathetic  was  invariably  followed  by  dia- 
betic symptoms,  but  also  when  the  nerve-branches,  central  and  peripheral, 
with  which  it  is  connected,  are  divided.  Interference  wdth  the  function 
of  the  sympathetic  affects  the  excretion  from  the  kidneys  in  more  ways 
than  the  elimination  of  sugar.  Albuminuria,  hmmaturia,  with  quantitative 
and  qualitative  changes  in  the  urine,  together  with  disturbances  in  the  nu- 
trition of  the  kidney  and  suprarenal  capsules,  have  often  been  observed. 
The  spleen  and  the  entire  genital  apparatus  also  have  intimate  connection 
with  the  sympathetic  through  their  nerve-supply,  irritation  of  which  pro- 
duces marked  circulatory  disturbance  in  both  the  spleen  and  penis. 

Burckhardt  * and  Ziemssen’s  f e.xperiments  upon  the  dead  body  indi- 
cate the  possibility  of  directly  affecting  the  cervical  sympathetic  through 
percutaneous  application  of  the  galvanic  current.  1 hey  thrust  paitially 
insulated  needles  into  the  sympathetic  from  behind,  connecting  theii  fiee 
ends  with  a sensitive  galvanometer.  Elefctrodes  connected  with  a galvanic 
battery  were  placed,  one  near  the  angle  of  the  lower  jaw,  and  the  other  at 
the  manubrium  sterni,  and  when  the  circuit  was  closed  the  movements  of 
the  needle  indicated  the  action  of  an  electric  current  on  the  nerve  itself. 

Again,  if  one  electrode,  the  anode,  is  placed  at  the  manubiium  steini, 
or  in  the  neighborhood  of  the  cilio-spinal  centre,  and  the  kathode  at  the 
inner  border  of  the  sterno-cleido  muscle,  a little  below  the  auriculo-max- 
illary  fossa,  and  a current  of  sufficient  strength  employed,  the  pupil  of  the 
same  side  maybe  made  instantly  to  dilate  on  closing  the  circuit,  follow  e 
by  a gradual  contraction.  The  difficulty  of  demonstrating  this  phenome 
non  in  most  persons  is  due  to  their  susceptibility  to  the  action  of  the  cm 
rent,  many  suffering  from  extreme  vertigo,  and  even  nausea  and  faintness, 

* Deutsches  Archiv  flir  klinisclie  Metlicin,  1878. 
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i before  the  current  is  suihciently  strong  to  produce  contractions  visible  to 
I the  unaided  eye.  By  the  aid  of  the  pupillascope,  however,  it  has  been 

i found  possible  to  detect  these  changes  in  the  eye  with  even  exceedingly 
j weak  currents.  Changes  in  the  pupil  so  slight  as  to  escape  direct  obser- 
; vation  are  yet  associated  on  the  retina  with  what  are  called  dispersion 
; circles,  the  character  of  which  accords  with  the  degree  of  contraction  or 
!i  dilatation  of  the  iris.  While  it  seems  to  be  entirely  probable  that  the 
t|  dilatation  and  subsequent  contraction  of  the  pupil,  on  closing  the  circuit, 
||  are  due  to  the  action  of  the  current  on  the  sympathetic  pupillary  branches, 

ii  nevertheless  it  is  impossible  not  to  take  into  consideration  the  fact  that 
ij  reflex  influences  are  potent  factors  frequently  in  the  movements  of  distant 
i parts,  and  therefore  in  these  experiments  there  is  some  ground  for  the 
I claim  that  pupillary  changes  may  be  reflex  in  character. 

The  circulation  is  unmistakably  influenced  by  strong  and  prolonged 
; applications  of  electricity  to  the  neck  and  neighboring  parts,  and  the  rea- 
son why  the  test  fails  experimentally  in  so  many  cases  is  because  of  the 
inability  of  the  ordinary  subject  to  endure  the  necessary  strength  of  cur- 
t rent. 

In  the  many  tests  that  we  have  made  to  determine  whether  or  not  it 
is  possible  to  get  any  appreciable  electric  effect  upon  the  sympathetic  by 
percutaneous  applications,  we  have  occasionally  met  with  interesting  and 
suggestive  results.  Every  one  who  has  much  to  do  with  the  medical  ap- 
plication of  electricity  is  aware  how  varied  is  the  susceptibility  to  its 
j effects.  The  two  following  records  are  interesting  illustrations  of  this 
fact,  and  of  the  probability  of  direct  electric  stimulation  of  the  sympa- 
thetic by  eternal  applications. 

Personal  Observation. — Male,  aged  31,  with  a normal  pulse  of  75.  An 
; electrode  of  plastic  sculptor’s  clay,  3 cm.  in  diameter,  and  connected  with 
the  positive  pole  of  a galvanic  battery,  was  applied  to  the  hollow  just 
: above  the  clavicle,  at  its  juncture  with  the  sternum.  The  current  was 
: gradually  increased  to  75  milliamperes,  which  caused  a decrease  in  the 
! frequency  of  the  pulse  of  ten  beats  in  less  than  one  minute,  and  this 
; decrease  in  the  rapidity  of  the  heart’s  action  continued  so  long  as  the 
electrodes  remained  in  position.  On  removing  them  the  pulse  would 
almost  immediately  increase  to  its  normal  frequency,  and  also  the  respira- 
: tion,  which  was  invariably  affected  equally  with  the  pulse.  The  results  in 
; this  case  clearly  depended  for  the  most  part  on  stimulation  of  the  inhibi- 
' tory  fibres  of  the  pneumogastric,  and  the  fall  in  the  heart-beats  may  have 
I borne  no  relation  whatever  to  the  sympathetic  system.  None  the  less, 

! however,  was  the  test  of  value  in  demonstrating  the  possibility  of  influenc- 
ing  the  deeper-seated  nerve-structures  by  currents  of  sufficient  strength. 
Only  occasionally  can  a person  be  found  who  can  endure  such  a strength 
I of  current  through  small  electrodes,  and  placed  as  indicated;  but  few 
I opportunities,  therefore,  have  been  afforded  of  getting  so  striking  a re- 
I suit.  We  have  observed  the  good  effects  of  electricity  in  chloroform  poi- 
soning, but  not  through  the  use  of  the  galvanic  current,  the  tendency  of 
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which  is  undoubtedly  to  inhibit  the  action  of  the  heart.  The  induced 
current,  as  ordinarily  applied,  certainly  does  not  affect  the  inhibitory 
fibres  controlling  the  action  of  the  heart,  and  its  undoubted  influence  over 
respiration  must  be  ascribed  to  the  action  of  the  current  on  the  accelerat- 
ing fibres  of  the  vagus  and  sympathetic  that  refer  to  the  respiration.  The 
induced  current  of  electricity,  therefore,  does  good  in  chloroform  narcosis 
in  increasing  respiratory  activity,  the  strength  of  current  necessary  for  this 
purpose  being  insufficient  to  materially  interfere  with  the  movements  of 
the  heart  through  its  action  on  the  inhibitory  fibres  of  the  vagus  that  con- 
trol it. 

The  next  record,  as  compared  with  the  first,  illustrates  how  varied  are 
the  susceptibilities  of  different  individuals  to  the  effects  of  electricity. 

Personal  Observation. — Female,  aged  23,  with  a normal  pulse  of  72. 
Electrodes  of  the  same  size  and  applied  as  in  the  previous  case;  and  yet 
15  to  20  milliamperes,  was  all  this  patient  could  possibly  bear  without  a 
tendency  to  faintness  and  nausea.  Confining  the  strength  of  the  current 
to  a point  below  the  production  of  these  symptoms,  it  was  most  interesting 
to  note  its  very  positive  effects  upon  the  pulse.  This  effect  was  not  im- 
mediate, as  in  tlie  former  case,  when  currents  of  far  greater  strength 
were  u.sed;  but  by  keeping  tlie  electrodes  in  position  for  several  minutes, 
it  was  found  that  the  pulse  would  invariably  sink  to  65.  We  had  under 
observ'alion  a young  man  aged  22,  with  a remarkably  torpid  circulation. 
His  pulse  seldom  arose  above  48,  and  under  the  influence  of  a strong 
current  it  could  at  will  be  reduced  to  43.  If  these  effects  upon  the  pulse 
are  due,  as  is  probably  the  case,  to  a stimulation  of  the  inhibitory  func- 
tion of  the  pneumogastric,  it  is  only  an  additional  argument  in  favor 
of  electrically  influencing  the  sympathetic;  for  if  the  vagus  is  influenced 
by  percutaneous  applications,  the  sympathetic  ought  also  to  be  affected  as 
the  threads  of  current  pass  from  pole  to  pole. 

Action  of  Electricity  on  the  Cephalic,  Thoracic,  and  Abdominal  Ganglia. 
• — Section  of  the  sympathetic  causes,  as  we  have  seen,  increase  of  heat  in 
the  ear. 

Now  if  the  cephalic  end  of  the  divided  sympathetic  is  electrified,  the 
increased  temperature  of  the  part  is  lowered ; but  if  the  electric  current  be 
passed  through  the  large  diameter  of  the  ear,  the  temperature  is  further 
increased.  On  the  other  hand,  if  there  has  been  no  division  of  the  sym- 
pathetic, and  the  ear  is  electrified,  the  heat  in  that  part  is  lessened. 

Valentin  found  that  the  galvanization  of  the  superior  thoracic  ganglia 
revived  the  pulsation  of  the  heart  after  it  had  ceased,  and  increased  the 
frequency  of  the  beats  when  already  in  action.  Mild  galvanization  of 
the  splanchnic  nerwes  that  arise  from  the  six  lower  dorsal  ganglia  of  the 
sympathetic  increases,  while  strong  galvanization  diminishes,  the 
staltic  action.  The  investigations  of  O.  Tschetschott  * and  Przewaskr  f 
are  interesting  in  this  connection. 

* Abstract  in  St.  Petersb.  mecl,  Wochensclirift,  No.  32. 

I Deutsche  med.  Wochensclirift,  No.  43- 
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Effect  of  Direct  Electrization  of  the  Fneumogastric  and  on  the  Eespiration. 

. mm.  Arloing  and  Tripier  have  shown  that  section  of  the  pneumogastric 

j below  the  medulla  oblongata  so  far  modifies  its  irritability  that  the  action 
I of  the  heart  is  not  arrested,  or  but  for  a short  time,  by  the  faradization  of 
i the  distal  end  of  the  cut  pneumogastric. 

The  same  authors  believe  that  weak  faradic  currents  cause  a slight 
! increase  in  the  rapidity  of  the  beats  of  the  heart  and  elevation  of  the 
! blood-pressure  in  the  arteries. 

They  found  that  the  right  pneumogastric  has  a more  powerful  influ- 
i ence  over  the  heart  than  the  left.  Faradization  of  the  peripheral  end  of 
the  divided  pneumogastric  causes  arrest  of  the  action  of  the  heart,  sudden 
irregularities  of  its  rhythm,  and  some  diminution  of  pressure.  Faradiza- 
tion of  the  central  end  causes  retarded  and  diminished  pressure. 

According  to  MM.  Arloing  and  Tripier,  faradization  of  the  intact 
pneumogastric  with  feeble  currents  does  not  accelerate  respiration ; fara- 
I dization  with  medium  currents  causes  sudden  inspiration  and  forced  ex- 
piration; faradization  with  strong  and  powerful  currents  causes  reflex 
coughing  and  vomiting.  The  same  observers  found  that  the  left  pneumo- 
gastric has  a more  powerful  influence  over  respiration  than  the  right. 

The  discovery  that  the  right  pneumogastric  has  a greater  power  over 
the  heart  than  the  left  was  made  by  Masoin,  of  Belgium,  about  the  same 
time  as  it  was  made  by  Arloing  and  Tripier.  Masoin  found  the  move- 
I ments  of  the  heart  were  stopped  by  the  galvanization  of  the  left  pneumo- 
gastric. It  was  possible  to  restore  the  movements  by  a mechanical  exci- 
tation, such  as  striking  the  heart  with  the  finger ; but  after  the  movements 
were  stopped  by  galvanization  of  the  right  pneumogastric,  it  was  not  pos- 
sible to  restore  them  in  that  way. 

Dr.  Brown-Sequard  * states  that  he  has  found  the  same  differences  to 
! exist  in  men  as  in  animals,  judging  from  experiments  made  not  by  elec- 
I tricity,  but  by  pressing  on  the  nerves  near  the  angle  of  the  jaw. 

Arrest  of  Respiratio7i  by  Galvanization  of  the  Laryngeal  a?id  Other 
! Branches  of  the  Pneumogastric. — It  has  been  shown  by  Brown-Sequard  f 
I that  electrization  of  the  upper  or  the  lower  laryngeal  nerves  causes  arrest 
j of  the  respiration,  and  Bidder  has  shown  that  a reflex  spasm  of  the  glottis 
i may  be  caused  in  the  same  way.  Electrization  of  the  oesophagus  and 
1 pharynx  may  sometimes  produce  the  same  effect.  If  the  upper  laryngeal 
I nerve  is  electrized  after  the  chest  is  opened,  the  arrest  of  the  respiration 
\'  does  not  take  place  as  easily  as  when  the  chest  is  not  open.  The  respi- 
I ration,  when  thus  arrested,  usually  returns  in  the  course  of  a quarter  or 
I half  a minute,  whether  the  electrization  is  continued  or  not. 

The  effect  of  electrizing  the  pneumogastric  on  the  respiration  is  modi- 
I fied  by  two  factors — the  portion  of  the  nerve  that  is  electrized  and  the 

* Archives  of  Scientific  and  Practical  Medicine,  January,  1873,  p.  92. 
f Loc.  cit.,  p.  96. 
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Strength  of  the  current.  Mild  galvanization  of  the  pneumogastric  in  the 
lower  part  of  tire  neck  may  increase  the  respiratory  movements;  weak 
electrization  in  the  upper  part  of  the  neck,  near  the  origin  of  the  nen^e, 
may  arrest  respiration. 

A mild  current  may  increase  the  respiration  or  diminish  it,  or  it  may 
have  no  effect  whatever. 

A medium  current  may  arrest  respiration  and  cause  spasm  of  the 
glottis  and  of  the  muscles  of  inspiration. 

A powerful  current  may  paralyze  the  diaphragm,  and  may  produce 
death  without  the  accompanying  symptoms  of  agony.* 

Coughing. — A prominent  effect  of  electrizing  the  pneumogastric  is 
coughing.  This  symptom  may  be  excited  by  external  as  well  as  by  inter- 
nal applications,  and  by  the  faradic  as  well  as  by  the  galvanic  current. 

This  phenomenon  we  daily  observed  in  the  operation  of  general  fara- 
dization. The  same  effect  follows  the  use  of  strong  interrupted  galvanic 
currents. 

According  to  Donders,  the  pneumogastric,  when  acted  upon  by  the 
galvanic  current,  conforms  to  Prtiiger’s  law  of  contraction;  in  the  region 
of  anelectrotonos  its  irritability  is  lessened;  in  the  region  of  catelectro- 
tonos  its  irritability  is  sometimes  increased. 

Action  of  Exterjial  Applications  of  Electricity  on  the  Eneiwtogastric  and 
Cervical  Sympathetic  of  Living  Uninjured  Men. — The  experiments  above 
recorded  were  made  chiefly  on  the  exposed  nerves  of  animals,  and  the  ap- 
plications were  made  directly  to  the  nerves  by  one  or  both  poles.  Keep- 
ing in  mind  the  considerations  previously  adduced,  we  proceed  to  examine 
into  the  effect  of  external  applications  of  electricity  on  the  cervical  sym- 
pathetic and  the  pneumogastric  of  living  men  in  health. 

In  our  attempts  to  solve  the  problem,  we  have  experimented  on  a large 
variety  of  individuals  of  different  ages  and  by  different  methods  of  appli- 
cation. One  of  the  electrodes  is  placed  in  the  mastoid  fossa,  and  the 
other  over  the  seventh  cervical  vertebra,  or  at  the  top  of  the  clavicle. 
Both  directions  of  the  current  are  used.  We  used  in  these  experiments  a 
current  strength  of  from  5 to  15  milliamperes,  from  one  to  five  or  ten 
minutes. 

The  general  results  of  our  researches  may  be  thus  summed  up : 

1.  A slight  feeling' of  drowsiness.  This  sometimes  began  to  be  per- 
ceptible shortly  after  the  electrodes  were  applied,  increased  up  to  a certain 
point,  and  continued  for  some  little  time  after  the  skance  was  over.  In 
many  cases  it  is  not  observed  until  the  lapse  of  five  or  ten  minutes  after 
the  skance.  The  feeling,  which  was  by  no  means  constant,  was  usually  so 
slight  that  it  might  not  have  been  observed,  had  we  not  in  our  experi- 
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experiments  were  performed  with  the  faradic  or  galvanic  current  is  not  distinctly  state 
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ments  kept  closely  on  the  watch  for  every  sensation  experienced  during 
or  just  after  the  application. 

Some  individuals  are  amazingly  susceptible  to  this  soporific  effect  of 
galvanization  of  the  neck.  A young  lady  whom  we  were  treating  for 
facial  acne  by  central  galvanization,  was  frequently  put  right  to  sleep 
within  one  minute  after  the  application  began.  Her  eyes  would  close 
and  her  head  would  droop  and  nod ; and  when  the  electrodes  were  re- 
1 moved  she  would  awake  but  slowly,  and  with  a vacant  look  and  drowsy 
i feeling,  such  as  we  all  experience  when  we  are  suddenly  roused  from  a 
1 nap.  This  effect  followed  any  sort  of  application  around  the  neck  with 
either  pole  and  in  any  direction. 

On  the  accepted  theory  that  a state  of  cerebral  anaemia  predisposes  to 
sleep,  we  should  reason,  a prion,  that  electrization  of  the  sympathetic 
ought  to  induce  a feeling  of  drowsiness,  since  on  some  individuals  it  un- 
i questionably  diminishes  the  current  of  blood  in  the  brain,  and  experimen- 
i tally  we  have  found  that  it  does  thus  induce  a slight  and  temporary  dis- 
I position  to  sleep  although;  this  result  is  probably  far  less  marked  than  it 
I would  be  if,  without  injury  to  the  living  subject,  the  application  could  be 
: made  directly  to  the  ganglia,  and  this  effect  is  by  no  means  uniform,  but 
varies  with  tlie  strength  of  the  currents  and  with  the  temperament  of  the 
individual. 

2.  A feeling  of  warmth  through  the  system  with  sensible  perspiration. 
This  was  not  a constant  symptom,  although  it  was  oftentimes  very  decided. 
To  produce  sensible  perspiration  usually  requires  a strong  current  and  a 
long  application.  The  extent  to  which  this  was  felt  was  manifestly  de- 
pendent on  the  strength  of  the  current  and  the  length  of  the  application. 
It  was  usually  felt  but  a short  time  after  the  s'eance  was  completed.  We 

: have  observed  this  effect  more  frequently  and  more  markedly  in  the  sus- 
i ceptible  and  nervous  than  in  the  cold  and  phlegmatic,  and  most  frequently 
I in  more  or  less  pathologic  cases. 

3.  A marked  effect  on  the  pulse.  The  pulse  was  sometimes  acceler- 
ated,  but  more  frequently  lowered,  two,  three,  four,  or  more  beats. 

' In  order  to  determine  the  effects  of  electrization  of  the  sympathetic 
i on  the  pulse,  we  made  the  examinations  immediately  before  and  imme- 
; diately  after  the  applications.  Every  precaution  was  taken  to  avoid  error, 

' by  allowing  an  inter\’^al  of  rest  before  the  sitting,  in  order  to  give  time  for 
1 the  subsidence  of  the  pulse  to  its  natural  condition  from  any  excitement 
i that  it  may  have  received  from  the  exertion  of  walking  or  the  labor  of 
I partially  disrobing.  In  cases  of  doubt  the  whole  minute  was  counted,  in 
' some  instances  several  times  in  succession.  A patient  unaccustomed  to 
the  sensation  produced  by  the  electric  current,  or  to  the  modus  operandi  of 
its  employment,  might  experience  an  acceleration  of  the  pulse  from  sim- 
ple mental  excitement,  not  only  prior  to  or  at  the  commencement  of  the 
sitting,  but  also  during  or  after  the  application.  Error  from  this  cause 
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was  in  our  cases  manifestly  impossible,  and  all  the  others  on  whom  we 
experimented  with  a view  to  obtain  physiologic  results  were  so  well  famil- 
iarized to  the  medical  employment  of  electricity  that  they  would  receive 
any  treatment  proposed  with  cool  indifference.  In  order  still  further  to 
guard  against  error,  and  at  the  same  time  to  observe  the  continuance  or 
permanency  of  the  effect  of  the  experiments,  we  repeated,  in  some  in- 
stances, our  examinations  of  the  pulse  at  intervals  of  fifteen  minutes  or 
half  an  hour  after  the  sitting  was  over. 

A corroborative  evidence  that  these  changes  in  the  pulse  were  due  to 
the  action  of  the  current,  and  not  to  mental  excitement,  is  found  in  the 
fact  that,  after  an  inteiwal  of  five,  ten,  or  fifteen  minutes,  the  pulse  re- 
turned to  its  original  condition. 

These  changes  in  the  time  of  the  pulse  were  also  accompanied  by  per- 
ceptible changes  in  its  character,  which,  if  careful  sphygmographic  obser- 
vations had  been  made,  might  perhaps  have  been  reduced  to  some  general 
law. 

Eulenburg  and  Schmidt  found  that  when  the  positive  pole  of  from 
twenty  to  forty  of  Daniell’s  elements  was  placed  at  the  manubrium  sterni, 
and  the  negative  pole  in  the  auriculo-maxillary  fossa,  the  pupil  of  that 
side  was  at  first  slightly  dilated  and  afterward  contracted.  These  changes 
in  the  pupil  are  by  no  means  uniform  in  their  appearance.  In  some 
cases  they  appear  at  once  after  closing  the  circuit,  and  in  others  after  the 
lapse  of  half  a minute  or  minute,  and  in  others  after  interruptions. 
'I’hese  phenomena  are  liable  to  many  variations,  according  to  the  stiength, 
length,  and  locality  of  the  applications.  If  an  electrode  is  placed  in  the 
auriculo-maxillary  fos.sa  of  each  side,  the  changes  in  the  pupil  occur  on 
both  sides,  but  are  more  marked  on  the  side  on  which  is  the  negative  pole. 
I'he  same  application,  continued  for  some  time  with  a strong  current,  re- 
duced the  normal  pulse  from  4 to  i6  beats  a minute  and  the  pathologic 
pulse  even  more,  diminished  the  tension  in  the  carotid  and  vertebial  ar- 
teries, and  markedly  altered  their  sphymographic  tracings.  The  same  ob- 
servers found  that  galvanization  of  the  spine  also  diminished  the  beats  of 

the  pulse.  . 

Effect  of  External  Electrization  through  the  Neck  on  the  Retinal  Circu- 

lation.--\n  order  to  determine  the  effect  of  external  applications  of  elec- 
tricity through  the  neck  on  the  retinal  circulation,  we  have  made  many 
experiments  with  the  aid  of  a number  of  leading  ophthalmologists. 

These  experiments,  which  have  been  frequently  repeated  with  different 
individuals,  with  different  strengths  of  current,  and  with  different  batter- 
ies, seem  to  us  to  demonstrate  the  following  propositions : 

1.  Galvanizing  or  faradizing  the  region  of  the  cmvical  sympathetic 
has  a marked  temporary  influence  over  the  retinal  circulation.  It  may 
cause  contraction  of  the  arteries  or  dilatation  of  the  veins. 

2.  The  faradic  current  produces  precisely  the  same  effects  on  the  reti- 
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nal  circulation  as  the  galvanic,  only  more  slowly.  The  physiologic  differ- 
ence between  the  currents  in  this  respect  is  therefore  a difference  of  de- 
I gree  and  not  of  kind. 

3.  Mild  currents  and  short  applications  caused  contraction  of  the 
' blood-vessels  of  the  retina,  while  strong  currents  and  long  applications 

caused  dilatation.  Much  seemed  to  depend  on  the  temperament  and 
■ condition  of  the  individual.  What  would  cause  contraction  in  one  would 
in  the  other  cause  dilatation.*  These  varying  effects  correspond  with 
clinical  experience. 

4.  When  the  patient  on  whom  the  experiment  is  made  is  in  an  excited 
or  irritable  condition  from  any  cause,  or  from  previous  electrization, 
even  a mild  current  will  sometimes  cause  dilatation  at  once,  without  any 
early  contraction. 

5.  The  contraction  which  takes  place  is  sometimes  followed,  a few 
minutes  after  the  close  of  the  stance,  by  dilatation  which  is  greater  than 
normal. 

6.  The  dilatation  which  takes  place  is.  sometimes  followed  by  contrac- 
tion after  the  close  of  the  seance. 

In  some  of  the  experiments  no  effect  on  the  retina  could  be  detected. 
Impressible  and  nervous  temperaments  seem  to  exhibit  changes  in  the 
vascular  condition  of  the  retina  much  more  readily  than  cold  and  phleg- 
matic temperaments. 

The  question  now  arises.  Whether  these  changes  in  the  retinal  circu- 
lation were  due  to  the  effect  of  the  current  on  the  sympathetic  or  on  the 
pneumogastric,  or  did  they  take  place  through  the  spinal  cord  or  by  reflex 
action  ? 

This  question  is  answered  by  comparing  the  results  of  these  experi- 
ments with  the  result  of  experiments  made  by  Duchenne  and  Professor 
Leigeois,  of  Paris.  These  gentlemen  laid  bare  the  cervical  sympathetic 
in  a rabbit,  and  electrized  it  with  both  currents  in  the  same  manner  that 
we  electrized  the  necks  of  the  individuals  on  whom  we  experimented. 
The  results  on  the  circulation  in  the  rabbit’s  ear  were  in  every  distinctive 
feature  identical  with  the  results  on  the  retina  when  the  galvanic  current 
was  passed  through  the  neck  of  the  living  human  subject. 

The  other  effects  of  galvanizing  the  region  of  the  cervical  sympathetic 
—disposition  to  sleep,  sweating,  increased  circulation  in  the  extremities, 

• etc.  seem  to  confirm  these  physiologic  observations. 

These  experiments  have  been  partially  confirmed  by  Onimus,  who 
has  shown  that  the  circulation  of  the  retina  may  be  influenced  by  galvan- 
ization of  the  cervical  sympathetic.  He  observed  hypermmia,  but  this, 
as  we  have  shown,  is  not  a constant  effect. 


contradictory  results  obtained  by  different  observers  who  have 

:be  sinilllXtpHined 
8 


114 


ELECTRO-PHYSIOLOGY. 


Experiments  with  the  Sphygmograph. — For  assistance  in  the  study  of 
sphygmography  we  are  under  obligations  to  Dr.  Roger  S.  Tracy.  A few 
samples  of  the  observations  are  represented  in  the  cuts. 


Fig.  40. — Normal  pulse. 


Pig.  41.— After  five  minutes’  galvanization  of  the  sympathetic. 


Fig.  42. After  ten  minutes’  galvanization  of  the  sympathetic. 


Pig.  43.— Five  minutes  after  the  close  of  the  stance  of  galvanization  of  the  sympathetic. 


Fig.  44.— After  five  minutes’  faradization  of  sympathetic. 


Fig.  45.— After  nine  minutes’  faradization  of  sympathetic, 


Fig.  46.— After  twenty  minutes’  faradization  of  sympathetic. 


Fig.  47.— After  fifteen  minutes’  general  faradization. 


FIG.  48.-Five  minutes  after  close  of  stance  of  general  faradization. 

From  these  experiments  we  derive  the  following  conclusions: 

I.  Both  currents — faradic  and  galvanic  when  app  le  in  sue  . 
as  to  traverse  the  region  of  the  neck  in  which  the  Pneumogastric  and  ce 
vical  ganglia  of  the  sympathetic  are  situated,  markedly  affect  the  pulse 
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2.  The  effect  is  chiefly  shown  in  abruptness  of  the  systole,  and  in  ab- 
ruptness of  the  diastole,  and  in  shortening  of  the  interval  between  the  car- 
diac impulse  and  the  arterial  impulse.  In  general  it  may  be  said  that  the 
force  of  the  pulse  is  increased.  Its  rapidity  may  be  either  increased  or 
diminished,  according  to  the  length  of  the  application  and  the  strength  of 
j the  current,  and  analogy  would  lead  us  to  believe  that  the  effect  must 
i widely  vary  with  the  individual.  The  arterial  impulse  increased  proba- 
1 bly  from  the  effect  on  the  vaso-motor  nerves. 

I 3.  The  effect  of  general  faradization  was  to  prolong  the  systole  and 
I the  interval  between  the  cardiac  and  the  arterial  impulse.  The  abrupt- 
i ness,  and  the  systole  that  is  so  marked  during  and  after  faradization 
through  the  neck,  was  not  observed  after  general  faradization.  A calm- 
ing, soporific  influence  is  very  frequently  produced  by  general  faradiza- 
i tion,  and  the  effect  on  the  pulse  harmonizes  with  this  observation. 

4.  These  effects  on  the  pulse  gradually  pass  away,  but  are  distinctly 
traceable  for  a number  of  minutes  after  the  electrodes  are  removed. 

The  effect  of  the  current  thus  applied  on  the  circulation  is  probably  a 
complex  resultant  of  the  effect  of  the  electricity  on  the  pneumogastric, 
the  sympathetic,  the  depressor,  and  the  spinal  cord.  To  differentiate 
these  effects  is  manifestly  impossible. 
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ACTION  OF  ELECTRICITY  ON  THE  NERVES  OF  SPECIAL  SENSE. 

Acfion  of  the  Galvanic  Current  on  the  Optic  The  galvanic  cur- 

rent, when  applied  to  the  eye,  causes  both  flashes  of  light  and  perception 
of  color. 

If  one  electrode  is  placed  on  the  tongue,  or  on  any  part  of  the  mucous 
surface  of  the  mouth  or  nose,  and  the  other  on  any  part  of  the  surface  of 
the  body,  the  flash  is  readily  perceived. 

The  cliaracter  of  these  flashes  is  variously  modified  by  the  strength  of 
the  current  and  the  suddenness  of  the  interruption.  The  temperament  of 
the  patient  also  modifies  the  reaction,  and  the  effect  of  the  two  poles  is 
usually  quite  different. 

We  have  studied  this  subject  with  various  strengths  of  current,  and 
on  subjects  of  both  sexes  differing  widely  in  age  and  temperament. 

In  one  subject— a young  man  of  nervous  temperament— the  positive 
pole  placed  over  the  eye,  with  a weak  current,  caused  a white  central  spot, 
with  a light  areola.  The  white  central  spot  varied  in  shape  between 
that  of  a quarter  or  half  to  a full  moon.  When  the  negative  pole  was 
placed  over  the  eye,  the  central  spot  appeared  of  a bluish  or  purplish 
color,  and  the  areola  was  the  same  as  under  the  positive  pole.  In  both 
cases  the  areola  seemed  to  consist  of  waves  of  light  radiating  from  the 
centre  toward  the  periphery. 

In  making  these  experiments,  the  pole  that  is  placed  over  the  eye  is 
armed  with  a soft  sponge,  and  is  pressed  firmly  on  the  closed  lid,  win  e 
the  other  is  applied  at  the  back  of  the  neck,  or  is  held  in  the  hand  of  tie 
subject. 

In  another  subject,  a young  physician  of  good  health,  and  nervo-san 
guine  temperament,  the  positive  pole  from  a current  of  six  cells 
a central  disk  of  a pink  color,  and  from  this  spot  violet  waves  ra  late 
through  the  areola.  The  pink  disk  appeared  when  the  current  was  c ose  , 
the  violet  areola  flashed  out  when  the  current  was  broken.  The  negat 
pole  produced  reactions  every  way  similar.  This  subject  could  not 

very  strong  currents.  _ i j 4. 

Several  other  physicians  on  whom  we  experimented  cou  no  i 
guish  any  central  disk,  but  all  could  readily  see  the  light  areola. 
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' The  conclusions  from  the  above,  and  numerous  similar  experiments 
|j  made  in  different  individuals,  are  as  follows: 

I,  A mild  as  well  as  a strong  galvanic  current  applied  to  the  eye,  and 
!|  interrupted,  causes  a flash  or  glimmer  of  light  to  appear. 

; 2.  A medium  or  strong  galvanic  current  causes,  in  addition  to  the 

Ij  flash  of  light,  a distinct  central  spot  of  varying  shape,  and  both  the  cen- 
I tral  spot  and  tlie  areola  may  be  of  various  colors,  as  pink,  purple,  yellow- 
1 ish,  and  violet. 

I 3.  With  some  individuals,  though  not  with  all,  the  colors  of  the  cen- 
; tral  spot  and  of  the  areola,  and  their  relative  arrangement,  appear  differ- 
; ently  under  the  two  poles,  and  also  differently  at  the  closing  and  opening 
of  the  circuit. 

4.  All  those  reactions,  like  all  other  electro-physiologic  reactions,  are 
variously  modified  by  the  temperament  of  the  individual  operated  on  and 
by  the  strength  of  the  current. 

The  above  conclusions,  as  will  be  seen,  differ  somewhat  from  those  of 
Helmholtz  and  others  who  have  studied  this  subject.  The  differential 
action  of  the  ascending  and  descending  currents  we  have  not  been  able  to 
demonstrate,  and  see  no  way  of  demonstrating.  We  believe  that  here,  as 
in  so  many  other  electro-physiologic  and  electro-therapeutic  procedures, 
the  differential  polar  action  has  been  confounded  with  the  differential  ac- 
tion of  the  ascending  and  descending  currents. 

Although  the  above  reactions  in  their  full  degree  can  be  most  conve- 
niently obtained  by  placing  one  electrode  over  the  closed  eye,  and  the 
other  in  the  hand  or  at  the  back  of  the  neck,  yet  the  general  reaction  of 
the  glimmering  flash  of  light  can  be  obtained  by  placing  one  electrode  in 
the  vicinity  of  the  eye,  or  on  any  part  of  the  face  or  beard,  or  in  the 
mouth.  In  susceptible  persons  the  flash  comes  from  interrupted  galvani- 
zation of  the  neck  or  spine. 

Faradic  Current. — The  current  from  the  primary  or  secondary  coil  of 
the  ordinary  faradic  machines  has  little  or  no  perceptible  effect  on  the 
: retina,  as  we  have  demonstrated  by  various  experiments.  We  have  found, 

I however,  by  repeated  observations,  that  the  current  from  the  long  coils  of 
i the  electro-magnetic  machine  manufactured  by  Kidder  has  a most  decided 
action  on  the  retina.  The  peculiar  construction  of  the  coil  of  this  ma- 
chine will  be  described  in  the  chapter  devoted  to  apparatus  for  electro- 
therapeutics. It  is  sufficient  here  to  say  that  it  is  composed  of  three  or 
four  or  more  coils  of  insulated  copper  wire,  the  inward  coil  being  short 
and  thick,  and  the  others  gradually  increasing  in  the  length  of  the  wires. 

! These  coils  are  not  separate  and  distinct,  as  in  ordinary  machines,  but 
1 connected,  and  are,  so  to  speak,  tapped  at  the  points  of  union,  so  as  to 
: obtain  a number  of  currents  varying  in  quantity,  tension,  and  physiologic 
j power.  It  is  from  the  fourth  and  fifth  coils,  which  are  iiot  furnished  to 
I the  majority  of  his  smaller  machines,  that  we  obtain  the  reaction  of  the 
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retina  that  we  are  now  to  describe.  The  reaction  is  best  obtained  by  |; 
placing  a medium-sized  sponge  electrode,  well  moistened,  over  the  closed 
eye,  or  very  near  to  tire  eye,  while  the  other  electrode  is  held  in  the  hand  ; 
or  applied  to  some  indifferent  point,  as  the  back  of  the  neck,  or  arms,  ■ 
or  feet.  Witli  a current  of  moderate  strength  thus  applied,  a circle  filled 
with  wavy,  undulating  light,  or  whitish  spots  or  figures,  appears.  It  is 
difficult  to  convey  in  language  a precise  description  of  this  appearance. 

If  snow-flakes  could  be  elongated  somewhat,  and  made  to  coil  about  in 
various  directions,  thej'  would  give  a good  idea  of  this  reaction.  If  we 
look  through  a window  at  a thick,  driving  snow-storm,  with  large  flakes, 
we  can  get  a not  very  incorrect  notion  of  the  reaction,  as  we  have  over 
and  over  again  demonstrated  on  ourselves  and  others.  So  far  as  we 
have  been  able  to  see,  bright  or  variegated  colors  do  not  appear,  except 
from  the  current  of  the  fifth  coil.  The  negative  pole  gives  a stronger 
reaction  than  the  positive;  but  not  appreciably  different  in  character. 
This  reaction  of  the  fourth  coil  of  this  machine  is  utterly  unlike  that 
which  is  obtained  from  either  pole  of  the  galvanic  current.  This  ef- 
fect has  long  been  shown  by  the  inventor  of  this  machine,  and  has  been 
illustrated  by  him.  We  were  induced  to  question  his  assertions  until  J 
we  had  first  made  experiments  of  our  own  with  the  different  coils  of  the  | 

machine.  ..  I 

The  Effect  of  Electric  Irritation  Co7npared  with  Mechamcal  Irritation  i; 

of  the  Eye. — It  is  interesting  to  compare  the  reaction  produced  by  the  gal- 
vanic  and  faradic  currents  on  the  retina  to  the  effects  of  mechanic  irri-  ; 
tation.  We  have  found  by  experiment  on  ourselves  that  rubbing  the  eyes 
when  closed,  or  partially  closed,  causes  various  and  oftentimes  beautiful  ] 
appearances.  Very  frequently  a central  spot  will  appear,  varying  in  shape  ^ 
and  color,  and  changing  in  shape  and  color  during  the  irritation.  All  | 
conceivable  shapes,  and  every  grade  of  color,  we  have  seen  m this  way  j 
over  and  over  repeated ; sometimes  a mere  circle  of  light  shading  off  into  ^ 
darkness,  and  again  a definite  and  well-formed  object,  brilliant  in  color,  ^ 
standing  forth  clear  and  beautiful  against  the  dark  background.  Forms  | 
resembling  a bouquet  of  flowers,  or  a cluster  of  stars,  or  various  shapes  of  ; 
crystals,  appear  with  such  vividness  that  we  love  to  prolong  the  experi  ^ 
ment.  Simple  pressure  on  the  side  of  the  eyeball  will  cause  reactions  ^ 
somewhat  similar  in  kind  (though  less  in  degree)  to  those  pio  uce  y . 

These  reactions,  however,  are  not  very  constant;  they  vary  greatly 
with  the  individual,  and  with  the  same  individual  at  different  times, 
order  to  obtain  the  most  beautiful  appearances,  it  is  necessary  to 
look  for  a moment  on  bright  light,  or  to  have  the  eyes  open  in  t ie 
sunlight.  It  would  seem  that  the  retina  must  first  become 
exposure  to  strong  light,  before  the  reactions  can  appear  in  tieir  u 
tent. 
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Aaion  of  Electricity  on  the  Auditory  Nerve  ; Action  of  the  Faradic  Cur- 
rent.  The  faradic  current,  when  applied  to  the  ear,  or  in  the  vicinity  of 

the  ear,  causes  a ringing,  or  humming,  or  rumbling  sound,  according  to 
the  method  of  application  and  the  strength  of  the  current.  These  sounds 
are  due,  in  part,  to  the  susurri  of  the  muscles. 

Action  of  the  Galvanic  Current.— Ho  the  galvanic  current  the  auditory 


reacts  by  certain  fixed  laws. 

This  normal  formula  is  as  follows : 

Ka  S Kl,  distinct  accented  sound. 

Ka  D K1  > , sound  disappearing  by  degrees. 

Ka  O — , no  sensation  of  sound. 

An  S “ 

An  D -, 

An  O Kl,  weak  and  short  sound,  similar  in  character  to  Ka  S. 

In  the  above  formula,  Ka  = Kathode  (negative  pole).  An  = Anode 
(positive  pole),  S = closing  (Schliessung),  O = opening  (Oeffnung),  D 


= duration  of  current. 

Pf  = whistling  sound. 

Kl  = ringing  “ 

Z = hissing  “ 

The  sensations  with  KaS  appear  sooner  and  stronger  than  with  AnO. 

This  formula,  it  will  be  obseiwed,  harmonizes  with  the  law  of  electro- 
tonos  and  Pfliiger’s  contraction  law — that  “ a nerve  is  stimulated  by  the 
appearance  of  catelectrotonos  and  the  disappearance  of  anelectrotonos ; 
not,  however,  by  the  disappearance  of  catelectrotonos  and  the  appearance 
of  anelectrotonos.” 

Although  the  character  of  sounds  varies  wdth  the  strength  and  contin- 
uance of  the  current  and  with  the  individual,  yet  in  the  healthy  ear  the 
polar  effects  never  vary. 

There  is  never  any  sensation  of  sound  with  the  closing  of  the  anode 
(An  S),  except  in  pathologic  conditions. 

The  polar  effect  is  therefore  the  leading  effect,  and  the  direction  of  the 
current  through  the  auditory  nerve  appears  to  have  no  demonstrable  influ- 
ence. 

Both  Brenner  * and  Erb,f  by  interposing  the  various  grades  of  resist- 
ance in  the  circuit,  extensively  experimented  along  this  line,  and  to  these 
experiments  we  refer  those  interested  in  the  matter. 

We  thoroughly  agree  with  Brenner  and  Erb  that  the  reactions  of  the 
auditory  nerve  are  obtained  by  the  direct  action  of  the  current  on  the 
nerve,  and  not  by  reflex  action  through  the  trigeminus.  This  view  is 
proved  by  the  general  fact  of  the  conductibility  of  the  tissues  of  the  brain, 
by  the  fact  that  even  when  the  trigeminus  is  paralyzed  the  reaction  may 


* Op.  cit.,  Band  i.,  p.  105. 

t Archiv.  Ophthalmology  und  Otolog.,  vol.  i.,  No.  i,  p.  246. 


120 


ELECTRO-PHYSIOLOGY. 


yet  occur, and  by  the  fact  that  when  the  electrode  is  placed  in  a condi- 
tion favorable  for  the  entrance  of  the  current  into  the  ear,  the  reaction  is 
more  decided  than  when  the  electrode  is  placed  in  a condition  favorable 
for  the  excitement  of  the  trigeminus,  but  unfavorable  for  the  direct  en- 
trance of  the  current,  as  has  been  conclusively  shown  by  Erb  f and  by 
ourselves. J We  have  removed  the  pole  from  the  tragus  to  the  malar  bone 
and  the  cheek,  both  of  which  points  are  highly  favorable  for  the  excitation 
of  the  trigeminus,  and  have  found  that  with  removal  the  reaction  dimin- 
ished or  disappeared. 

In  order  to  obtain  that  normal  formula,  the  following  conditions  are 
necessary : 

1.  Convenient  galvanic  apparatus. 

A very  powerful  galvanic  battery  is  not  needed.  The  strength  of  the 
current  measured  in  milliamperes  necessary  for  these  investigations  ranges 
between  one  and  ten  milliamperes,  although  it  is  seldom  necessary  or  best 
to  use  more  than  three  or  four  millimetres.  There  should  be  a current 
reverse!-;  and  a rheostat,  though  not  exactly  indispensable,  is  yet  very 
convenient. 

2.  A right  method  of  application,  and  practice  in  using  it. 

On  the  whole,  the  best  method  of  application  to  produce  these  reac- 
tions is  the  external  arrangement,  in  which  one  pole  is  firmly  pressed  on 
the  tragus  (the  ear  external  auditory  canal  having  been  previously  filled 
with  warm  salt  water),  while  the  other  is  held  in  or  fastened  on  the  hand 
on  the  opposite  side.  Any  convenient  electrodes  may  be  used  foi  these 
purposes.  So  long  as  the  pole  whose  specific  effect  we  desiie  to  pioduce 
is  on  the  right  place  in  the  ear  or  on  the  tragus,  the  position  of  the  other 
electrode  is  not  absolutely  essential,  provided  it  is  somewhere  on  the  op- 
posite side,  so  as  to  allow  the  current  to  pass  through  the  auditory  nerve. 
It  is  difficult  or  impossible  to  get  the  reaction  while  the  pole  is  on  the 
mastoid  process  of  the  same  side.  It  has  been  shown  that  when  both 
poles  are  placed  in  the  auditory  canal,  by  means  of  a double  electiode, 
the  auditory  nerve  reacts  to  the  nearer  pole. 

3.  A number  of  intelligent  and  practised  patients  with  both  healthy 

and  diseased  ears. 

The  advantages  of  intelligence  on  the  part  of  a patient  are  obvious, 
just  as  in  investigating  electro-muscular  sensibility,  it  is  necessaiy  to  de 
pend  entirely  on  the  statements  of  the  patient  for  oui  infoimation.  Even 
the  strong-minded  and  intelligent  are  sometimes  so  distressed  by  the  pain 
produced  by  the  applications,  or  so  distracted  by  the  sensations  of  dizzi 
ness,  and  the  contractions  of  the  facial  muscles,  that  they  aie  unable  to 

* Vu/f  Moos’  case,  above  quoted  in  Archiv  Opth.  und  Otol.,  vol.  1.,  No.  2,  p.  482. 

t Archiv  Ophth.  und  Otol.,  vol.  i..  No.  i,  p.  261  et  seq. 

fFor  a detailed  discussion  of  this  subject,  see  Brenner  s work.  Band  1.,  i ti.,  p- 
et  seq. 
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rightly  interpret  their  subjective  sensations  in  the  ear.  It  is  necessary 
tliat  the  e.xperiinents  should  be  made  on  a number  of  patients,  in  order  to 
obtain  the  variety  of  reactions  above  described. 

It  is  best  also  to  make  the  first  experiment  on  patients  who  have  dis- 
' eased  ears,  for  it  is  as  true  of  the  auditory  as  of  the  nasal  passages  that 
they  sometimes  become  less  sensitive  when  diseased.  This  is  to  be  ex- 
plained partly  by  the  manipulations  and  treatment  to  which  such  patients 
become  accustomed,  and  partly  by  the  fact  that  the  morbid  process  itself 
produces  callousness  of  the  parts. 

After  the  patient  is  in  position,  with  his  head  inclined  on  the  back 
of  the  chair  or  lounge,^  and  one  of  the  electrodes  fastened  to  or  held  in 
the  hand  opposite  the  ear  to  be  experimented  on,  a little  warm  salt  water 
should  be  dropped  in  (which  can  be  very  conveniently  done  by  squeezing 
the  small  quantity  necessary  to  fill  the  external  auditory  canal  from  a 
small  sponge  or  from  a teaspoon  or  funnel-shaped  glass  *)  and  the  other 
electrode  firmly  pressed  on  the  tragus.  It  is  well  to  begin  with  a small 
number  of  elements,  and  gradually  increase  until  a reaction  is  obtained. 
The  reaction  will  usually  appear  when  the  current  is  strong  enough  to  pro- 
duce contractions  of  the  facial  muscles.  The  patient  should  all  the  time 
be  continually  and  repeatedly  questioned  in  regard  to  the  sensations  ex- 
perienced, especially  if  he  is  unaccustomed  to  the  treatment,  for  at  first 
he  may  be  so  distracted  by  the  flashes  of  light  before  the  eyes,  the  contrac- 
tions of  the  facial  muscles,  the  nausea,  the  metallic  taste,  and  the  noise  of 
j the  water  in  the  ear,  and  especially  by  the  pain,  that  he  may  be  unable  at 
I first  to  distinguish  the  true  character  of  the  reaction. 

, If  the  battery  is  provided  with  a commutator,  for  increasing  and  di- 
‘ minishing  the  number  of  elements  brought  into  requisition,  a current  re- 
1 verser  for  changing  the  direction  of  the  current  without  removing  tire  poles, 
and  a rheostat  for  introducing  resistances  into  the  circuit,  the  labor  of  the 
operator  will  be  materially  lightened ; but  such  appliances  are  not  indis- 
pensable. 

The  operator  should  remember  that  the  reactions  are  modified  by  the 
experiment  itself,  (a.)  Ka  S is  most  effectual  after  An  S.  Therefore  the 
use  of  voltaic  alternatives  is  of  service. 

(/'.)  'The  excitability  of  the  nerve  is  increased  by  long  closure  of  kath- 
! ode  ( Ka  S). 

1 (r.)  The  excitement  of  An  O increases  with  the  strength  of  the  cur- 

I rent  and  the  length  of  closure. 

I It  should  be  remembered  also  that  Ka  S is  stronger  and  quicker  than 
I An  O. 

I Judging  from  our  own  researches  in  this  department,  these  three  lead- 
I ing  statements  of  Brenner — that  the  auditory  nerve  reacts  to  the  nearest 

\ * It  is  well  to  place  a towel  about  the  neck,  just  as  when  syringing  the  ear,  so  as  to 

j avoid  wetting  the  collar  or  other  clothing  of  the  patient. 
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electrode  in  a regular  manner,  that  in  health  sounds  of  some  kind  are 
produced  at  the  closing  and  in  the  duration  of  the  kathode,  and  that  in 
pathologic  cases  a part  of  the  normal  formula  is  moie  or  less  changed 
are  capable  of  sufficient  and  easy  demonstration  to  those  who  are  thor- 
oughly familiar  with  electro-theiapeutic  experimentation. 

On  the  other  hand,  some  of  the  special  features  of  Brenner’s  system 
offer  difficulties  in  the  way  of  their  successful  and  uniform  demonstration 
that  can  only  be  overcome  by  careful  practice  in  this  special  depaitment. 
To  catch  the  sounds  which  in  health  are  heard  at  the  opening  of  the  an- 
ode; to  distinguish  between  the  noise  caused  by  the  agitation  of  the  water 
in  the  ear,  and  the  subjective  sounds  that  are  so  frequently  the  symptoms 
of  disease  of  the  auditory  apparatus  and  the  genuine  reaction  of  the  audi- 
tory nerve ; to  obtain  the  complete  normal  formula  in  health,  and  to  satis- 
factorily discriminate  between  the  various  abnormal  reactions  of  disease— 
the  first  attempt  to  fully  corroborate  all  the  assertions  in  these  particulars 
will  usually  result  in  complete  or  partial  failure,  especially  to  those  who 

are  unfamiliar  with  the  use  of  galvanic  apparatus. 

Degrees  of  Brenner  distinguishes  three  different  degrees  of 

irritability  of  the  auditory  nerve,  according  to  the  number  of  elements  that 
it  takes  to  excite  the  reaction.  The  degrees  of  irritability  may  be  changed 
during  the  sitting  by  the  effect  of  the  current  on  the  nerve,  and  especially 


by  the  voltaic  alternatives. 

Thus  if  at  the  beginning  of  the  sitting  the  nerve  reacted  to  a certain 
current  strength,  but  to  no  less,  then  this  current  strength  would  represent 

the  primary  irritability  of  that  nerve.  ^ , 

If  by  various  alternations  of  the  current  the  nerve  is  brought  into  a 
condition  that  it  reacts  to  three  milliamperes,  these  three  milliamperes 

represent  the  .secondary  irritability  of  that  nerve. 

If,  by  still  further  excitation,  the  nerve  is  made  to  react  to  two  mi  i- 
amperes,  these  two  milliamperes  represent  the  tertiary  excitability  of  that 

In  opposition  to  the  above  conclusions  Dr.  Wreden,  of  St.  Petersburg, 
has  made  a number  of  experiments  which  seem  to  him  to  establisi  < 
the  sounds  heard  during  galvanization  of  the  ear  are  due  not  to  the  leac- 
tion  of  the  auditory  nerve,  but  to  the  contraction  of  the  small  ^^scles 
the  middle  ear.  In  his  experiments  he  electrized  the  ’ 

through  the  catheter,  and  also  the  middle  ear,  by  means  of  small,  delicate, 
and  finely  graduated  sounds  insulated  to  their  points.  e e lev  < 
by  this  method  he  causes  contraction  of  the  tensor  tympani  and  of 
stapedius,  through  irritation  of  the  fifth  and  seventh  nerves. 

Wreden  asserts  that  during  electrization  by  these  methods  tl  e mem 
brana  tympani  is  retracted,  and  believes  that  this  retraction  is  caused  y 

* A resume  of  this  subject  is  presented  in  Dr.  Koosa  s work  on  Diseases  o 


Ear,”  pp.  493-495- 
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i the  contraction  of  the  muscles.  This,  however,  has  been  denied  by  Poor- 
I ten.  To  settle  this  question,  Lowenberg  devised  a manometer,  which 
: consists  in  a bit  of  cork  or  rubber  fitted  into  the  external  meatus  hermeti- 
i cally,  and  receiving  hermetically  a capillary  glass  tube  which  contains  a 
j drop  of  colored  liquid.  The  external  meatus  is  filled  with  water,  which 
I is  connected  with  one  of  the  poles  of  a faradic  machine,  while  the  other 
j is  applied  to  the  skin  by  a sponge  or  through  the  Eustachian  tube.  When 
i the  membrana  tympani  is  retracted  by  the  action  of  the  current,  the  drop 
! of  colored  water  indicates  this  retraction  by  falling;  when  it  is  pushed  out- 
i ward,  by  rising. 

* Admitting  to  the  full  all  that  has  been  claimed  by  Wreden  and  Low- 
j enberg,  we  do  not  see  that  it  proves  that  the  supposed  complex  reactions 
i of  the  auditory  nerve  to  electricity  are  nothing  more  than  muscular  con- 
! tractions.  Admitting  that  in  some  cases  where  the  membrana  tympani  is 
j gone,  the  reactions  are  not  obtained,  still  the  following  considerations  are, 
i to  our  mind,  convincing : 

1.  The  reactions  of  the  galvanic  current,  when  applied  to  the  ear,  are 
i frequently  similar  to  some  of  the  sounds  of  tinnitus  aurium.  They  are 
i sometimes  so  much  alike  that  they  cannot  be  distinguished. 

2.  The  differential  polar  effects  of  the  galvanic  current  on  the  ear, 
w'hich  are  very  easy  of  demonstration,  cannot  be  explained  by  any  theory 
of  muscular  contraction. 

3.  Some  of  the  reactions  are  produced  by  the  steady  action  of  the  gal- 
vanic current,  without  any  interruption,  and  with  a strength  not  sufficient 
to  produce  muscular  contraction;  while  it  is  true  that  certain  reactions  in 
some  cases  require  strong  and  interrupted  currents,  it  is  not  true  of  all  of 
them. 

4.  A reaction  of  the  auditory  nerve  similar  to  some  forms  of  tinnitus 
can  be  obtained  in  some  sensitive  cases,  not  only  by  galvanization  of  the 
ear,  but  of  the  other  parts  of  the  head,  and  even  the  trunk. 

We  have  had  a patient  who  complained  every  time  we  galvanized  the 
spine  that  buzzing,  hissing  sounds  were  excited  in  his  ear.  Similar 
sounds  are  produced  by  galvanization  of  the  ear.  The  effect  in  this  case 
was  probably  reflex. 

All  these  considerations  convince  us  that  the  variety  of  sounds  pro- 
duced by  galvanization  of  the  ear  is  due  to  the  excitation  of  the  auditory 
nerve,  and  that  this  excitation  maybe  both  direct  and  reflex.  We  are  fully 
aware,  however,  that  for  the  present  this  fact  has  a greater  interest  for  the 
electro-physiologist  than  for  the  electro-therapeutist. 

Olfactory  Nerve. — We  have  observed  in  frequent  experimenting  on  our- 
selves that  the  negative  pole  of  a strong  galvanic  current  applied  to  the 
Schneiderian  membrane  caused,  in  certain  sensitive  localities,  an  odor 
much  resembling  sulphuretted  hydrogen.  The  odor  observed  in  the  neigh- 
borhood of  docks  will  perhaps  suggest  the  peculiar  character  of  this  reac- 
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tion  more  than  any  formal  description.  This  reaction  is  obtained  only 
when  a powerful  current  is  used.  It  is  obtained  at  the  opening  of  the 
circuit  while  the  circuit  is  closed  and  for  some  little  time  after  the  circuit 
is  opened.  We  have  found  that  this  peculiar  reaction  varies  much  with 
the  individual,  and  with  the  same  individual  at  different  times.  A sensi- 
tive or  even  an  ulcerated  condition  of  the  mucous  membrane  would  seem 
to  form  it.  Although  we  are  frequently  treating  cases  of  rhinitis  (nasal 
catarrh)  by  internal  galvanization  with  metallic  electrodes,  yet  our  pa- 
tients never  speak  of  this  peculiar  odor.  The  mucous  membrane  of  the 
nasal  passages  is  very  sensitive,  and  in  ordinary  therapeutic  applications 
only  gentle  currents  will  be  borne,  whereas  this  reaction  of  the  olfactory 
nerves  demands  powerful  and  painful  cui  rents. 

The  differential  reaction  of  the  positive  and  the  negative  pole  of  the 
ascending  and  descending  currents  that  were  long  ago  claimed  by  Ritter, 
we  have  not  been  able  to  confirm.  The  phenomenon  of  sneezing,  or  a 
disposition  to  sneeze,  of  which  Ritter  spoke,  is  due,  not  to  any  reaction  of 
the  olfactory  nerve,  but  to  the  mechanical  irritation  of  the  sensory  nerves 
by  the  electrode.  Sneezing,  as  all  aurists  know,  is  called  forth  by  a sin- 
gle introduction  of  the  Eustachian  catheter,  and  we  observe  it  continually 
in  introducing  the  nasal  electrode.  It  is  observed  most,  however,  just  as 
the  electrode  is  being  inserted;  and  when  the  current  is  running,  the 
symptom  does  not  usually  annoy  us.  The  action  of  a gentle  current  on 
the  sensory  nerves  of  the  nasal  passages  seems  rather  to  have  a sedative 
effect,  and  in  a measure  counteracts  the  tendency  to  sneeze  that  is  excited 
by  the  mechanical  irritation  of  the  electrode. 

Schbnbein  suggests  that  the  peculiar  smell  experienced  from  the  pas- 
sage of  the  electric  current  through  the  olfactory  nerve  is  caused  by  ozone 
that  is  generated. 

This  peculiar  odor,  observed  in  powerful  galvanization  of  the  nasal 
passage,  is  unquestionably  due  to  the  reaction  of  the  nerve  to  the  electric 
stimulus,  and  corresponds  to  the  effects  produced  by  the  same  agent  on  the 

nerves  of  seeing,  hearing,  and  tasting. 

Franklinic  electricity,  electro-magnetism,  magneto-electricity,  are  un- 
able, in  any  strength  that  can  be  endured  by  a person  in  health,  to  excite 

the  peculiar  reaction  of  the  olfactory  nerve. 

Action  of  Electricity  on  the  Gustatory  Nerve— Action  of  the  Galvamc  Cur- 
re7it.—ln  1754,  long  before  the  discovery  of  galvanism,  it  was  noticed  by 
M.  Sulzer  that  lead  and  silver,  when  connected  and  then  brought  in  con- 
tact with  the  tongue,  gave  rise  to  a peculiar  taste  similar  to  that  produce 
by  vitriol  of  iron.  If  we  apply  a piece  of  zinc  to  the  upper,  and  one  0 
silver  to  the  lower  part  of  the  tongue,  a powerful  acid  taste  will  be  expe- 
rienced under  the  zinc  plate,  and  a slight  alkaline  taste  under  the  silver 
plate.  These  sensations  are  perceived  as  long  as  the  circuit  is  closed ; bur 
if  the  plate  or  the  tongue  be  warmer  or  colder  than  natural,  01  veiy  nuic 
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I:  benumbed  by  acids  or  other  irritating  substances,  very  little,  if  any,  sensa^ 
il  tion  is  produced.  If  the  tension  of  the  current  be  much  increased,  by 
I using  several  pairs,  the  tongue  becomes  convulsed  and  a flash  of  light  is 
i perceived.  When  neither  of  the  electrodes  touches  the  tongue,  a metallic 
i instead  of  an  acid  or  alkaline  taste  is  produced. 

The  peculiar  reaction  of  the  gustatory  nerve  to  the  current  is  generally 
described  by  those  on  whom  we  have  experimented  as  ‘‘coppery,”  or 
“ sour,”  or  “ metallic,”  or  “ bitter.”  Sour  or  coppery  are,  we  believe,  the 
designations  most  frequently  employed  by  those  persons  who  experience 
the  sensation  for  the  first  time,  and  who  have  no  theories  in  the  matter  to 
prove  or  disprove,  and  who  therefore  are  likely  to  give  their  real  impres- 
sions. If  we  ask  them  whether  they  have  a taste  in  the  mouth  while  the 
current  is  passing,  they  usually  reply  that  the  taste  is  sour  or  coppery, 
and  sometimes  they  may  call  it  “bitter.”  If  we  ask  them  whether  the 
taste  is  “metallic,”  they  usually  reply  in  the  affirmative.  Our  observa- 
tions on  this  subject  have  been  very  numerous,  and  they  have  been  made 
with  both  currents.  It  is  not  necessary  to  send  the  galvanic  current 
through  the  tongue  or  through  the  chorda  tympani  nerve,  or  through  the 
face  even ; for  galvanization  of  the  neck  in  the  anterior  and  posterior  re- 
I gions,  and  of  the  head  in  almost  any  ‘direction,  and  of  the  spine  the  lower 
I as  well  as  the  upper  region — will  be  felt  in  the  gustatory  nerve. 

' This  metallic  taste  is  felt  almost  as  soon  as  the  galvanic  current  is 
closed,  grows  stronger  while  the  current  runs  up  to  a certain  point,  and  is 
' sometimes  felt  for  several  minutes  after  the  electrodes  are  removed.  In 
some  temperaments  on  which  we  have  experimented,  the  metallic  taste  re- 
mains on  the  tongue  for  several  hours,  and  even  all  day,  and  longer. 

In  susceptible  temperaments  the  faradic  current  produces  in  a less  de- 
gree this  metallic  taste,  and  that,  too,  not  only  when  applied  to  the  tongue, 
but  also  the  head,  neck,  and  spine.  In  the  operations  of  central  galvani- 
zation this  reaction  of  the  gustatory  nerve  becomes  of  considerable  value 
in  showing  us  that  the  current  is  passing  as  we  wish  it,  and  that  the  pa- 
tient is  receiving  all  that  is  well  for  him.  The  gustatory  reaction  thus 
answers  the  purpose  of  a galvanometer,  showing  that  the  current  is  pass- 
t ing,  and  to  a certain  degree  regulating  the  dose. 

There  is  little  doubt  that  this  metallic  taste,  caused  by  electrization,  is 
due  to  a peculiar  excitation  of  the  properties  of  the  gustatory  nerves  by 
the  stimulus  of  the  current. 

The  theory  that  it  might  be  of  an  electrolytic  character,  and  therefore 
explained  by  the  products  of  decomposition  at  the  poles — acid  at  the  posi- 
tive, and  alkalies  at  the  negative — Rosenthal,  by  a variety  of  experiments, 
has  shown  to  be  untenable. 


CHAPTER  VII. 


ACTION  OF  ELECTRICITY  ON  MOTOR  AND  SENSORY  NERVES 

AND  VOLUNTARY  MUSCLES. 

Irritability  of  nerves  and  muscles  is  that  property  by  virtue  of  which 
they  conduct  the  natural  stimulus  of  the  body,  or  external  impressions,  or 
respond  to  artificial  stimulation. 

Nerves  and  muscles  are  called  irritable  so  long  as  they  retain  this 
property.  Irritability  of  the  nerves  is  a property  inherent  in  them.  No 
other  tissue  except  nerve  tissue  possesses  this  property. 

During  life  nerves  and  muscles  manifest  their  irritability  by  fulfilling 
all  the  natural  functions  that  belong  to  them;  it  is  this  property  that  ena- 
bles them  to  conduct  that  mysterious  vital  agent,  which,  in  lieu  of  definite 
knowledge,  we  are  obliged  to  call  nerve  force.  This  nerve  force,  which  is 
peculiar  to  living  beings,  may  possibly  be  correlative  to  the  other  forces 
of  nature — light,  heat,  electricity,  magnetism,  and  gravitation  but  the 
theory  that  it  is  identical  with  electricity  is,  as  will  be  seen,  untenable. 

Irritability,  How  Long  Retained  after  Death. — The  irritability  of  nerves 
and  muscles  begins  to  diminish  after  death,  and  sooner  or  later  disappears. 
It  disappears  much  sooner  in  warm-blooded  than  in  cold-blooded  animals. 

In  warm-blooded  animals,  as  the  rabbit  and  the  dog,  the  muscular  cur 
rent  may  disappear  in  half  or  three-quarters  of  an  hour.  In  the  limb  of  a 
frog  that  has  been  properly  prote  ted  and  under  a cool  temperature,  it  may 
remain  for  two,  three,  or  even  four  weeks.  It  is  on  account  of  this  persis 
tance  of  irritability  in  frogs  that  they  are  so  frequently  chosen  in  electro- 
physiologic  experiments.  Irritability  also  varies  with  the  temperature.  t 
lasts  longer  in  cold  than  in  warm  weather,  and  under  extreme  heat  it  re 
mains  but  a short  time. 

The  local  application  of  poisons  and  powerful  chemic  substances,  as 
extract  of  opium,  acetates  of  strychnine,  morphine,  creasote,  nitrate  o si 
ver,  mineral  acids,  rapidly  destroys  the  irritability. 

How  Muscular  Contractions  are  Produced.  There  are,  theii,  two  wa) 
by  which  the  muscles  can  be  made  to  contract  under  electricity,  (i)  y 
acting  on  the  motor  nerves,  and  (2)  by  acting  on  the  muscles 
There  is,  however,  this  interesting  and  important  difference  in  tie  e e 
of  electrizing  the  motor  nerves  and  the  muscles,  that  when  the  former  a 
electrized  all  the  muscles  supplied  by  them  contract,  and  when  tie 
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cles  are  electrized,  only  that  muscle  to  which  the  electrodes  are  applied, 

I or  that  part  of  the  muscle  between  the  electrodes,  will  contract.  When 
direct  applications  to  the  muscle  are  made,  the  best  contractions  are  pro- 
duced by  putting  one  electrode  at  each  end.  The  muscular  contractions 
produced  by  directly  faradizing  the  muscle  are  due  to  the  excitation  of  the 
muscle,  and  also  of  the  intra-muscular  nerve-fibres.  The  most  powerful 
muscular  contractions  are  produced  by  placing  one  electrode  on  the  mus- 
cle, and  the  otlier  at  the  point  where  the  motor  nerve  that  supplies  it  is 
most  superficial. 

Differential  Actio7i  of  Positive  afid  Negative  Pole  in  Producing  Contrac- 
tions.— Not  only  is  there  a difference  in  the  degree  in  the  opening  and 
closing  contractions  of  the  faradic  current,  but  there  is  also  a difference 
in  the  action  of  the  poles  in  producing  contractions.  When  the  interrup- 
tions are  rapid,  as  in  the  majority  of  machines,  the  muscle  does  not  have 
time  to  go  through  all  the  process  of  lengthening  and  shortening  with  each 
movement  of  the  current  to  and  fro,  and  consequently  it  is  kept  in  the 
state  of  tonic  contraction  above  described.  If,  now,  one  pole  be  placed 
on  some  indifferent  point,  while  the  other  pole  is  placed  over  the  nerve  to 
’ be  acted  on,  it  will  be  found  that  the  negative  pole  produces  stronger  con- 
tractions than  the  positive. 

This  experiment  is  easily  made,  and  it  is  not  difficult  to  demonstrate 
\ on  one’s  self  that  this  stronger  action  of  the  negative  pole  in  producing 
: muscular  contraction  is  entirely  independent  of  the  direction  of  the  cur- 
I rent — is,  in  short,  a polar  effect.  We  have  already  seen  that  on  sensory 
i nerves  the  negative  pole  is  more  powerfully  felt  than  the  positive. 

Simple  Fluctuation  in  Strength  of  Current  Sufficient  to  Produce  Contrac- 
tion.— In  order  to  produce  muscular  contractions,  it  is  not  necessary  that 
the  current  should  be  opened  or  closed.  A moderate  variation  in  the 
strength  of  the  current — such  as  is  obtained  by  adding  one  or  more  cells, 
^ or  by  uniting  another  and  independent  current  in  the  circuit,  or  by  taking 
off  some  portion  of  the  current  from  the  circuit — will  cause  muscular  con- 
tractions. The  contractions  produced  in  this  way  are,  however,  less  vigor- 
ous than  those  produced  in  closing  and  opening  the  circuit.  It  is  to  be 
‘ observed,  also,  that  the  vigor  of  the  contractions  is  proportioned  to  the  sud- 
denness of  the  closing  or  opening  the  circuit.  This  point  is  frequently 
forced  upon  our  observation  in  the  treatment  of  paralysis.  If  the  elec- 
trodes are  armed  with  large  sponges,  and  are  slowly  applied  over  the  mus- 
I cles,  with  gradually  increasing  pressure,  scarcely  any  contraction,  or  at 
[ least  only  a feeble  one,  is  produced;  but  if  the  interruption  be  made  in 
! the  metallic  part  of  the  circuit — in  the  electrode  by  an  interrupter,  or  in 
I the  battery — the  contraction  with  the  same  current  will  be  very  ener- 
getic. 

By  referring  to  Electro-Physics  it  will  be  seen  that  the  law  of  muscu- 
‘ lar  contraction  under  electrization  follows  the  laws  of  current-induction. 
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Both  contraction  and  induction  occur  when  a change  is  made  in  the 
strength  of  the  current  by  closing,  opening,  increasing,  or  diminishing. 

Muscular  Contractions  More  Vigorous  when  a Great  Leiigth  of  the  Nerve 
is  Galvanized. — The  muscular  contraction  caused  by  galvanization  is 
greater  when  a large  than  when  a small  extent  of  the  nerve  is  included  be- 
tween the  electrodes.  It  is  not  a difficult  matter  to  demonstrate  this  fact. 
This  experiment  can  be  made  on  nerves  of  rabbits,  dogs,  frogs,  or  other 
animals. 

Action  of  the  Faradic  Current. — The  faradic  current,  when  rapidly  in- 
terrupted, as  in  most  of  the  faradic  machines,  and  applied  to  the  motor 
nerves,  keeps  up  a tonic  contraction  of  the  muscles  supplied  by  these. 
This  contraction  is  maintained  so  long  as  the  current  runs. 

If  a contrivance  for  making  slow  inductions  be  connected  with  the  fa- 
radic machine,  then  the  contraction  of  the  muscles  corresponds  to  the 
opening  and  closing  of  the  current,  and  the  opening  contraction  is  stronger 
than  the  closing. 

^^^^en  the  current  of  the  secondary  wire  is  closed  by  placing  the  elec- 
trodes on  the  skin,  the  current  of  the  primary  coil  (extra-current)  exer- 
cises a retarding  influence  on  the  secondary  current,  and  then  the  closing 
contraction  is  rendered  more  gradual  and  gentle  from  nothing  to  the  maxi- 
mum. 

When  the  current  of  the  secondary  coil  is  opened,  the  current  of  the 
primary  coil  (extra-current)  does  not  exist,  and  consequently  the  current 
of  the  secondary  coil  is  not  retarded  and  goes  rapidly  from  its  maximum 
to  nothing. 

Differential  Action  of  Primary  and  Seco7idary  Coils. — Duchenne  has 
stated  with  a measure  of  truth  that  the  current  of  the  primary  coil  (extra- 
current) of  his  apparatus  has  a more  powerful  effect  on  the  sensibility  and 
contractility  of  the  organs  beneath  the  skin,  while  the  current  of  the  sec- 
ondary coil  acts  more  powerfully  on  the  retina  and  on  the  skin.  The  pri- 
mary coil  is  composed  of  thick,  short  wire. 

The  secondary  coil  is  composed  of  long  and  thin  wire  with  many  wind- 

ings. 

The  differential  action  of  the  primary  and  secondary  currents  on  the 
skin,  muscles,  and  optic  nerve  is  due  to  these  two  causes: 

I.  The  primary  current,  circulating  through  a short,  thick  wire,  has  less 
tension  than  the  secondary  current  that  circulates  through  a long,  thin 
wire,  because  tension  is  developed  only  in  the  presence  of  resistance. 
Since,  now,  the  skin  offers  greater  resistance  than  the  muscles,  the  second 
ary  current,  by  virtue  of  its  greater  tension,  is  able  to  penetiate  it,  an 
also  to  affect  the  optic  nerve.  But  the  primary  current,  having  less  ten 
sion,  circulates  in  the  skin  but  slightly.  If,  however,  the  skin  is  piopei  y 
moistened,  becoming  thereby  a fair  conductor,  the  current,  which  is  one  o 
quantity,  goes  to  the  muscles  beneath,  which  are  good  conductors,  and  on 
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these  it  spends  its  force.  In  other  words,  a current  of  low  tension  selects 
the  best  conductors,  avoiding  the  poor  conductors  so  far  as  is  possible, 
while  the  current  of  high  tension  traverses  also  poor  conductors. 

2.  The  primary  current  moves  in  one  direction,  and  has  a mild  elec- 
trolytic power,  while  the  secondary  current  moves  to  and  fro  so  rapidly 
that  it  cannot  perform  electrolysis. 

Action  of  the  Gcilvcintc  Current, — The  interrupted  galvanic  current  of 
moderate  strength,  if  applied  to  a motor  nerve,  causes  all  the  muscles  sup- 
plied by  that  nerve  to  contract. 


If  the  current  be  interrupted  slowly,  the  contractions  will  be  clonic,  if 
rapidly  interrupted,  the  contractions  will  be  tonic.  The  violent  contrac- 
tions that  occur  at  the  moment  of  closing  and  opening  the  circuit  of  an  in- 
tense current  may  be  avoided  if  we  begin  with  an  extremely  mild  current 
and  slowly  and  gradually  increase  its  tension.  By  this  method  Ritter  was 
enabled  to  pass  through  his  own  person,  without  experiencing  either  the 
closing  or  opening  shock,  the  enormous  current  generated  from  a battery 
of  two  hundred  elements. 

Galvano-totiic  Contractions. — When  very  powerful  currents  are  applied 
continuously  to  the  nerves,  tonic  contractions  are  produced  during  the 
whole  time  that  the  circuit  is  closed.  Contractions  thus  produced  were 
called  by  Remak  galvano-tonic  contractions.  They  are  called  galvano- 
tonic  contractions  to  distinguish  them  from  the  clonic  contractions  pro- 
duced by  the  faradic  current.  When  the  galvanic  current  is  applied 
continuously  to  the  surface  of  the  body,  by  means  of  moist  sponges,  the 
galvano-tonic  contractions  increase  in  vigor,  up  to  a certain  point,  the 
^nger  the  electrodes  are  kept  in  position.  This  phenomenon  is  explained 

hv  ^ I becomes  more  moist  as  well  as  hyperEemic 

y the  effect  of  the  current,  and  thus  becomes  a better  conductor  for  the 

servah^^’  faradic  current  this  increase  of  effect  is  not  so  ob- 

QU  te  n ■ J galvano-tonic  contractions  is 

on  the  not  U f strength  of  current  required  will  depend 

tween  the  dl  t"  included  be- 

ween  t^he  electrodes,  and  the  individual  experimented  on. 

Elec^Uitv^  and  Aiding  Contractions  Produced  by 

aided  by  electricity  can  be  materially 

person  whose  ^ person  operated  on.  If  a 

'"hscle  that  is"’""h  ^ electrized  concentrate  his  mind  on  the 

«usly  wifh  he  H ^ f simultane- 

traction  will  be  circuit  wills  to  contract  the  muscle,  the  con- 

hot  so  aided  Tt.  ^"tl  complete  than  when  the  electricity  is 

■■einforce  each  nthe'^'  co-operates  with  the  electricity,  and  the  two  agents 
for  either  alone  ^ accomplish  more  than  would  be  possible 

communis  extensor  rS\l  ‘T  conveniently  demonstrated  on  the 

^extensor  of  the  forearm.  In  electro-therapeutics  this  co-opera- 
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tion  of  the  force  of  will  and  electricity  becomes  of  great  practical  value. 
It  has  long  been  known  that  paralytic  patients  of  all  kinds,  even  those  of 
a cerebral  chronic  incurable  character,  can  be  greatly  benefited  by  slightly 
concentrating  the  mind  on  the  parts  to  be  moved,  as  the  fingers  or  toes, 
and  resolutely  willing  to  move  them. 

In  practice  it  has  been  found  that  such  treatment  is  of  positive  and 
permanent  service. 

The  combination  of  the  force  of  will  with  electricity  is  very  much 
more  efficacious  than  either  when  used  alone.  When  a muscle  becomes 
so  diseased  that  the  will  is  powerless  to  remove  it,  the  electricity  may 
contract  it  with  ease.  Where  electricity  alone  causes  feeble  or  imperfect 
contraction,  electricity,  co-operating  with  the  will,  may  make  the  contrac- 
tion vigorous  and  complete.  In  order  to  make  experiments  of  this  kind 
fully  successful,  it  is  necessary  that  the  will  and  force  should  be  concen- 
trated simultaneously  with  the  closing  of  the  circuit;  and  yet  experience 
shows  that  the  effect  of  the  electrization,  if  not  too  long  continued,  is  to 
give  tone  to  the  muscle,  so  that  it  responds  more  readily  to  the  will  for 
several  minutes,  or  even  hours,  after  being  subjected  to  the  electrization. 
This  is  especially  observed  in  muscles  that  are  in  a condition  of  paresis. 
In  all  these  experiments  much  depends  on  the  organic  energy  and  grit  of 
the  patient.  Conversely,  it  is  found  that  by  an  effort  of  will  the  contrac- 
tion of  muscles  induced  by  electricity  can  be,  within  a certain  limit,  suc- 
cessfully opposed.  The  experiment  can  be  made  on  the  communis  exten- 
sor of  the  forearm  without  difficulty.  A feeble  current  will  cause  this 
muscle  to  contract  so  as  to  bring  up  the  hand  and  fingers;  by  an  effort  of 
the  will  this  can  be  resisted  so  that  the  hand  remains  on  a level,  or  nearly 
so.  When  very  strong  currents  are  used  the  will  is  completely  overborne, 
and  has  no  effect  whatever. 

Extent  of  Shortening  of  Muscle  during  a Contraction. — In  the  process  of 
contraction  muscles  shorten  in  proportion  to  their  length.  The  gieatest 
possible  shortening  is  obtained  during  tetanic  or  continuous  contraction, 
and  not  during  a momentary  contraction.  The  maximum  of  shortening  is 
reached,  not  suddenly,  but  gradually,  and  it  does  not  long  remain  at  tie 
maximum  even  when  the  electrization  is  continued,  but  begins  to  lengt  le 

at  first  rapidly  and  then  more  slowly. 

The  greatest  amount  of  shortening  possible  to  a muscle  is  three-quar- 
ters or  two-thirds  of  its  length. 

In  contraction  the  muscle  becomes  a little  smaller  in  bulk.  The  cause 
of  this  is  not  fully  understood.* 

Immediate  Strengthening  or  Restorative  Effect  of  Electrization  on  oi 
tary  Muscles.-Qx,^  very  interesting  effect  of  electrizaHon  on  vo  un  a ) 
muscles  is  to  increase  their  power  of  doing  work.  This  effect,  w ii 

*“  Electro-Physiology  and  Electro-Therapeutics.”  By  C.  E.  Morgan,  M.D.  he 

York,  1868,  p.  573. 
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called  by  Heidenhain  and  Remak  restorative,  can  be  demonstrated  in  va- 
rious ways.  The  capacity  of  walking,  in  cases  of  paralysis  of  the  lower 
limbs,  is  sometimes  increased  at  once  after  electrization;  the  patient 
steps  across  the  floor  easier  and  more  flrmly  and  rapidly,  and  can  walk 
further;  or  he  can  raise  his  leg  higher  and  with  less  difficulty.  In  one 
case  of  paralysis  of  the  tibialis  anticus  muscle  there  was  no  reponse  to 
the  will  until  a current  of  medium  strength  had  been  applied,  when  it  con- 
tracted without  much  difficulty.  Dr.  Poore  * found,  on  placing  a weight 
of  17  oz.  in  the  hand  of  a man  holding  his  arm  out  at  right  angles  with 
his  body,  that  in  four  minutes  the  pain  was  so  great  that  he  could  not  go 
on;  applying  now  a mild  current  through  the  nerves  of  the  arm,  the 
strength  returned.  Another  man  could  hold  out  his  arm  13^  minutes 
when  the  current  was  applied,  but  only  6 minutes  without  the  current. 

The  dynamometer  is  a good  means  of  studying  this  subject.  In  one 
case  Dr.  Poore  found  that  eight  successive  squeezes  of  the  dynamometer 
with  electrization  gave  477  lbs.;  without  electrization,  388  lbs.;  a differ- 
ence of  89  lbs.  In  another  experiment  made,  when  the  hand  was  not  tired 
by  previous  experimenting,  the  difference  was  even  more  marked,  being  a 
gain  of  152  in  six  squeezes  of  the  dynamometer. 

Effect  of  Fatigue  of  Muscles  071  the  Contractility. — When  a striped  mus- 
cle becomes  very  much  weakened  or  fatigued  it  behaves  under  electrization 
much  like  the  smooth  muscle.  We  have  demonstrated  this  fact  on  dying 
rabbits  and  dogs.  Beginning  the  electrization  just  as  they  are  cut  open, 
the  striped  muscles  react  vigorously  and  normally  to  the  current;  but  as 
the  animal  dies  the  character  of  the  contraction  changes,  becoming  slower 
and  more  deliberate.  If,  now,  the  current  be  rapidly  interrupted,  no  con- 
traction occurs,  for  there  is  not  time  for  the  muscle  to  respond.  If,  now, 
weak  currents  are  used,  the  muscle  contracts  very  much  after  the  manner 
of  unstriped  muscle — that  is,  with  a slow  drawing  rather  than  a rapid  and 
vigorous  action. 


Effect  of  Muscular  Teftsion  a/id  Relaxation  on  Musaclar  Cofitr action.— 
Dr.  Wm.  R.  Fisher,  of  New  York,  has  called  attention  to  the  fact  that 
' muscles  contract  more  easily  when  somewhat  relaxed  than  when  in  a tense 
' condition.  This  experiment  can  be  tried  very  easily  on  the  common  ex- 
! tensor  of  the  forearm  or  on  the  peronei  muscles  of  the  leg.  The  fact  is  of 
I practical  importance  in  the  treatment  of  paralysis. 

Ziemssen,f  on  experimenting  with  unpolarized  electrodes,  and  gradu- 
a ly  increasing  the  strength  by  the  aid  of  the  rheostat,  obtained  the  follow- 
’ mg  results : 

I.  With  the  weakest  current  that  caused  muscular  contraction  there 
was  opening  contraction  at  the  negative  pole. 

at  th  ^ current  a little  stronger  there  was  strong  closing  contraction 

^ e negative  pole,  and  weak  opening  contraction  at  the  positive. 

* The  Practitioner,  January,  1873.  f Qp.  cit.,  p.  80. 
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3.  With  still  stronger  current  there  was  also  weak  contraction  at  the 
opening  of  the  positive  pole. 

4.  With  still  stronger  currents  there  was  a tonic  contraction  at  the 
negative  pole,  continuing  for  some  time  after  the  contraction  at  the  clos- 
ing. 

5.  With  a much  stronger  current  the  tonic  contraction  was  more  vigor- 
ous; the  other  contractions  are  also  increased  in  strength,  and  there  ap- 
peared a contraction  at  the  opening  of  the  negative  pole. 

6.  With  the  strongest  current  that  can  be  borne,  all  the  other  contrac- 
tions were  increased  in  strength,  and  there  appeared,  besides,  moderate 
tonic  contractions  at  the  positive  pole. 

The  above  results  can  be  verified  only  when  unpolarizable  electrodes 
are  used,  for  with  ordinary  electrodes  the  pain  would  be  far  too  great  to 
be  endured.  The  opening  and  closing  of  the  current  must  be  made  in  the 
metallic  part  of  the  connection,  in  order  to  give  it  the  greatest  possible 
suddenness.  Ziemssen  suggests  for  these  experiments  the  median  and  ul- 
nar nerves  at  a point  a little  above  the  wrist.  At  this  point  the  epidermis 
is  quite  thin  and  the  nerves  superficial.  Judging  from  our  obseiwations, 
it  is  impossible  to  reduce  this  subject  to  a rigid  mathematic  law.  The 
words  “ strong”  and  “ weak,”  as  applied  to  currents,  are  quite  indefinite^ 
and  the  irritability  of  nerves  varies  in  different  individuals  at  different 
times.  It  is  for  these  reasons  that  observers  have  in  the  past  so  differed 
in  the  results  of  their  experiments. 

JLlcctro-viusculaf  Contractility  and  Electro-niuscular  Sensibility. — The 
susceptibility  of  the  muscle  to  contract  under  the  influence  of  the  electric 
current  is  called  electro-muscular  contractility.  The  sensation  that  ac- 
companies tliis  contraction  of  the  muscles  under  the  electric  influence  is 
called  electro-muscular  sensibility.  Electro-muscular  contractility  and 
electro-muscular  sensibility  vary  in  different  individuals,  and  in  different 
parts  of  the  body.  They  are  greatly  modified  by  disease.  This  fact  is  of 
great  importance  in  diagnosis  of  paralytic  affections. 

In  using  the  terms  electro-muscular  sensibility  and  electro-muscular 
contractility,  we  do  not  wish  to  convey  the  idea  that  they  represent  any 
special  nerve-functions,  but  rather  that  the  general  sensibility  of  the 
nerv'es  and  the  general  contractile  power  of  the  muscles  may  be  excited  by 
the  application  of  electricity.  The  question,  whether  there  is  any  special 
sense  of  muscular  contractility,  aside  from  the  general  sensibility  of  the 
lerves,  of  the  muscle,  of  the  tissues  that  surround  it,  and  of  the  bones  an 
cartilages  with  which  it  is  connected,  is  one  that  we  are  disposed  to  an 
swer  in  the  negative.  The  pain  or  sensation  accompanying  muscular  con- 
traction is  very  different  in  character  from  that  resulting  from  electiic  11 
ritation  of  the  skin.  It  is  a dull,  tensile  sensation,  that  becomes  exceed- 

ingly  painful  under  strong  currents.  _ .. 

The  manifestations  of  the  electro-muscular  contractility  and  sensi  1 
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ity  of  the  muscles  in  the  different  parts  of  the  body  are  modified,  first,  by 
the  anatomical  position  of  the  muscles;  secondly,  by  the  quantity  and  dis- 
tribution of  tlie  sensitive  nerves ; and  thirdly,  by  the  thickness  of  the  skin 
and  adipose  tissue. 

The  muscles  of  the  face,  the  platysma  myoides  and  sterno-cleido-mas- 
toid  are,  in  health,  very  sensitive  to  the  electric  influence.  Next  in  order 
of  sensitiveness  to  the  electric  current  are  the  anterior  muscles  of  the  fore- 
arm and  of  the  inner  side  of  the  thigh.  On  the  other  hand,  the  muscles 
of  the  back  possess  a much  less  degree  of  electro-muscular  contractility 
and  sensibility,  and  the  posterior  muscles  of  the  forearm  and  posterior  and 
other  muscles  of  the  thigh  are  much  less  susceptible  to  the  electric  influ- 
ence than  those  of  the  anterior  and  inner  portions  of  these  limbs.  In  cor- 
pulent patients  it  is  more  difficult  to  affect  the  muscles,  because  adipose 
tissue  is  comparatively  a poor  conductor.  In  women  and  children  the 
adipose  tissue  is  relatively  more  abundant  than  in  males  and  adults. 

Increase  of  Te7tiperaiure  after  Muscular  Contraction. — It  has  been  ascer- 
tained by  careful  experiments,  that  an  increase  of  temperature  results  from 
muscular  contractions  produced  by  the  electric  current.  Increase  of  tem- 
perature in  the  muscles  of  paralyzed  limbs,  after  electrization,  is  frequently 
perceptible  to  the  touch  of  the  operator,  and  the  sensations  of  the  patient. 
\\t  have  repeatedly  demonstrated  the  same  results  from  faradization  of 
the  arms,  the  legs,  the  face,  and,  indeed,  all  parts  of  the  body.  In  very 
many  cases  this  increase  of  temperature  is  so  marked  as  to  be  powerfully 
appreciated  by  the  patient,  and  entirely  perceptible  to  the  hand  of  the 
operator.  General  faradization  causes  more  or  less  elevation  of  the  tem- 
perature of  the  body.  This  is  demonstrated  by  the  sensations  of  the  pa- 
tient,* and  by  the  thermometer. 

It  has  been  shown  by  Brown-Sequard  and  Lombard  that  excitation  of 
the  nerves  of  the  skin  causes  an  increase  of  temperature  in  the  limb.f 

The  development  of  heat  is  not  aided  by  increasing  the  strength  of  the 
current  above  the  degree  necessary  to  produce  a full  contraction.  It  has 
been  demonstrated  that,  in  patients  afflicted  with  traumatic  tetanus,  there 
is  a great  increase  of  temperature  that  remains  for  some  time  after  death. 
Investigations  on  the  effect  of  muscular  contraction  on  temperature  should 
be  made  by  delicate  surface  thermometers.  Some  of  the  superficial  mus- 
cles of  the  forearm  offer  a g od  surface  for  this  experiment.  The  ther- 
mometer must  be  kept  firmly  and  uniformly  pressed  on  the  skin,  and  the 
modifying  effect  of  currents  of  cold  air  should  be  guarded  against.  The 
thermometer  should  be  kept  i/i  situ  for  about  fifteen  minutes  before  begin- 
ning electrization,  so  as  to  get  accurately  the  normal  temperature.  Then 

the  nerve  that  supplies  the  muscle  or  muscles  to  be  tested  should  be  fara- 
dized. 


* “ Electridtiit  in  cler  Medecin,”  1866,  p.  2g. 
f Archives  de  Physiologic,  November  and  December,  1868. 
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The  general  results  of  all  the  investigations  that  have  been  made  in 
this  department  are  these : 

1.  When  muscles  are  made  to  contract  under  faradization  of  the  nerves 
that  supply  them  their  temperature  rises. 

2.  This  elevation  of  temperature  is  not  necessarily  accompanied  by 
any  increase  in  size  of  the  vessels,  although  faradization  usually  increases 
the  size  and  appearance  of  the  vessels  more  or  less. 

3.  The  more  vigorous  the  contraction  and  the  longer  it  is  continued, 
the  higher  the  temperature  rises. 

4.  If  the  faradization  be  continued  long  enough  the  temperature  will 
be  so  much  increased  that  it  can  be  detected  w'ithout  difficulty  by  the 
hand,  and  by  the  sensations  of  the  person  operated  on. 

5.  When  all  the  superficial  muscles  of  the  body  are  faradized,  as  in  the 
method  of  general  faradization,  the  temperature  not  only  of  individual 
muscles,  here  and  there,  but  also  of  the  whole  body,  rises.  This  fact  we 
have  repeated  and  demonstrated  by  observations  made  on  many  varieties 
of  temperament. 

A more  accurate  method  of  investigating  this  subject  is  by  means  of 
the  thermo-electric  pile.  This  instrument  is  capable  of  measuring  a small 
variation  in  temperature,  and  also  indicates  the  variations  much  more 
quickly  than  the  thermometer.  The  thermo-electric  pile  is  connected 
with  a reflecting  galvanometer.  Ziemssen  gives  the  following  observa- 
tions made  on  the  extensors  of  the  forearm : 


Time  of  Faradization. 
Minutes.  Seconds. 

O 15  ... 

o 30  • • • 

0 45 

1 

2 

3 

4 


Deflection  of  the  Needle 
OF  THE  Galvanometer. 

- 1-5 

+2.3 

5*0 

- 7-2 

+I9.0 

4-30.1 

4-40.2 


It  will  be  observed  that  with  the  increase  in  the  time  of  the  faradiza- 
tion there  is  greater  and  greater  deflection  of  the  needle,  just  as  there  is  a 
rise  of  the  mercury  in  the  ordinary  thermometer. 

Sou?'ce  of  Heat  in  Muscular  Contraction. — According  to  Hermann,*  who 
has  specially  studied  the  chemistry  of  the  development  of  heat  during 
muscular  contraction,  muscular  work  is  the  result  of  the  decomposition  of 
nitrogenous  substances.  Among  the  products  of  this  decomposition  aie  a 
fixed  acid,  carbonic  acid,  and  myosine.  Of  these  the  carbonic  acid  leaves 
the  body,  w'hile  the  fixed  acid  and  the  myosine  remain  and  are  worked  over 
again  in  the  organism.  The  muscles  grow  at  the  same  time  that  they 
work  and  develop  heat,  and  urea  and  creatine  are  found  in  the  residuum. 


* Morgan,  op.  cit. , p.  582  et  seq. 
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The  muscle  is  restored  by  the  action  of  oxygen,  an  albuminoid,  and  a non- 
nitrogenous  substance  in  the  blood. 

All  these  complex  chemic  changes  that  are  excited  during  muscular 
contraction  give  rise  to  heat.  If  the  muscle  is  prevented,  by  mechanical 
means,  from  contracting,  the  heat  develops  in  it  more  rapidly  than  when 
it  is  free.  This  follows  from  the  recognized  law  of  the  correlation  and  con- 
servation of  forces.  The  force  that  does  not  appear  as  work  appears  as  heat. 

Duration  of  Electro-muscular  Contractility  after  Death. — The  muscles 
retain  their  contractility  under  electricity  several  hours  after  death.  The 
length  of  time  that  the  electro-muscular  contractility  is  preserved  varies 
with  different  muscles,  with  different  animals,  and  probably,  also,  with 
the  mode  of  death.  In  order  to  determine  this  question,  we  have  made 
experiments  on  dogs  and  rabbits.  Dr.  Onimus,*  of  Paris,  has  experi- 
mented on  the  body  of  a murderer  who  had  been  guillotined.  He  found 
that  the  muscles  of  the  tongue  and  diaphragm  were  the  first  to  lose  their 
electro-muscular  contractility.  Next  came  the  muscles  of  the  face,  among 
which  the  masseter  retains  its  excitability  the  longest.  Two  and  a half 
hours  after  death  the  electro-muscular  contractility  was  lost  in  all  these 
muscles. 

In  the  limbs  the  extensor  muscles  first  lose  their  electro-muscular  con- 
tractility, and  in  about  an  hour  the  flexors  followed.  The  muscles  of  the 
trunk  responded  five  or  six  hours  after  death,  and  the  abdominal  muscles 
longer  still. 

Onimus  observed  on  the  criminal  what  we  have  observed  on  dogs  and 
rabbits,  that  when  the  muscle  is  dying  it  contracts  most  noticeably  at  the 
point  where  the  electrodes  are  placed,  and  very  slowly  at  a distance  from 
the  electrodes;  and  that  the  muscles  respond  to  direct  electrization  with 
needles  after  they  have  ceased  to  respond  to  the  current  when  applied 
through  the  skin. 

Previously,  in  January  and  February,  1802,  Aldini,  a nephew  of  Gal- 
vani,  obtained  permission  from  the  government  to  experiment  on  two 
criminals  who  were  executed  at  Boulogne.  Immediately  after  death  the 
bodies  were  submitted  to  powerful  galvanic  excitation.  The  muscles  of 
the  face  contracted  vigorously  in  such  grimaces  as  to  frighten  the  assist- 
ants. The  limbs  were  violently  convulsed,  and  the  bodies  acted  as  though 
they  would  rise  again  to  life. 

At  Glasgow,  Ure  made  similar  experiments  on  the  body  of  a criminal 
that  had  been  on  the  gallows  one  hour.  The  applications  were  made  to 
the  spinal  marrow,  the  phrenic  nerves,  and  the  intercostal  muscles.  Ac- 
cording to  the  position  of  the  electrodes  the  body  was  bent  forcibly  back, 
the  chest  rose  and  fell  as  in  the  act  of  breathing,  and  the  various  emotions 
of  rage,  terror,  despair,  were  depicted  on  the  countenance.  One  of  the 
spectators  fainted,  and  several  were  obliged  to  leave  the  room. 

* Le  Mouvement  Me'dicale,  Feb.,  1873. 
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Electro-physiologic  -Electro-physiologic  anatomy  treats  of  the 

physiologic  action  of  muscles  under  the  influence  of  the  electric  current 
applied  in  such  a way  as  to  produce  contractions. 

The  contraction  observed  in  an  individual  muscle,  when  submitted  to 
the  influence  of  the  electric  current,  closely  resembles  the  contraction  of 
the  same  muscle  when  under  the  influence  of  the  will. 

Duchenne  was  the  first  to  investigate  this  subject  systematically,  and 
his  researches  have  done  much  to  modify  the  accepted  views  concerning 
the  functions  of  certain  muscles.  Those  who  desire  a more  complete  idea 
of  his  views  than  is  given  in  the  following  brief  7'esunu\  we  refer  to  his 
writings.* 

Muscles  of  the  Face — Electro-physiognotny. — This  name  has  been  ap- 
plied to  the  study  of  character  and  expression,  through  localized  faradiza- 
tion of  the  muscles  of  the  face.  Ily  means  of  small  electrodes  the  current 
can  be  localized  so  as  to  produce  contractions  even  in  the  smallest  mus- 
cles. Tor  these  experiments  a recently  dead  subject  has  this  advantage 
over  the  living  man,  that  in  the  case  of  the  latter  contractions  produced 
by  the  current  would  be  complicated  and  interfered  with  by  involuntary 
movements. 

According  to  Duchenne,  who  has  chiefly  investigated  this  subject,  the 
frontalis  muscle,  when  a little  contracted,  expresses  pleasure;  when  more 
contracted,  astonishment  or  doubt;  when  strongly  contracted  with  other 
muscles,  terror. 

Contraction  of  the  pyramidalis  nasi  expresses  sadness;  of  the  corruga- 
tor  supercilii,  contemplation;  of  the  orbicularis  palpebrarum,  contempt. 
Contraction  of  these  two,  united  with  the  pyramidalis  nasi,  gives  a hateful 
malicious  expression.  Contraction  of  the  triangularis  nasi  expresses  lust; 
of  the  zygomaticu^i  major,  various  degrees  of  mirth;  of  the  zygomaticus 
m.inor,  melancholy;  of  the  platysma  myoides,  hypocritical  laughter;  of  the 
platysma  myoides,  pain.  Contraction  of  the  platysma  myoides  and  fron- 
talis gives  an  expression  of  terror.  Contraction  of  the  platysma  myoides 
and  pyramidalis  expresses  rage.  United  contraction  of  the  zygomaticus 
major  and  frontalis  produces  an  expression  of  agreeable  surprise.  Con- 
traction of  the  buccinator  indicates  age,  by  making  furrows  in  the  cheek. 

Contraction  of  the  levator  alae  and  labii  superioris  causes  an  unpleas- 
ant expression,  such  as  a child  exhibits  when  about  to  cry;  contraction  of 
the  triangularis  oris  gives  an  expression  of  sadness  or  disgust. 

Contraction  of  the  external  fibres  of  the  orbicularis  oris  gives  the  lips  a 

* “ De  r Electrisation  Localiseeet  deson  Application  h la  Pathologic  et  i la  Therapeu- 
tique.”  Paris,  i86i.  Also,  “ Mecanisme  de  la  Physionomie  Ilumaine,  ou  Anal}'se  Elec- 
tro-physiologique  de  I’Expression  des  Passions  applicable  i la  Pratique  des  Arts  Plas- 
tiques.”  Paris,  1862.  This  work  contains  photographic  representations  of  the  various 
appearances  of  the  face  under  electrization  of  the  dilTerent  muscles.  These  photographs 
are  frequently  referred  to  by  Darwin  in  his  work  on  “ Expression.” 
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position  of  whistling  or  kissing;  contraction  of  the  internal  fibres  of  the 
same  muscle  compresses  the  lips  against  the  teeth. 

Muscles  of  the  Upper  Extremity. — The  contractions  resulting  from  elec- 
trization of  the  e.xtensors  of  the  fingers  give  to  the  hand  a peculiar  appear- 
ance. 

The  first  phalanges  not  only  become  extended,  but  are  spread  apart, 
while  the  last  two  phalanges  become  flexed. 

The  metacarpus  forms  an  angle  with  the  forearm,  and  in  this  condition 
the  hand  resembles,  to  a certain  extent,  a bird’s  claw. 

Electrization  of  the  extensor  digiti  minimi  proprius  separates  the  little 
finger  from  its  neighbor,  \vhile  contraction  of  the  extensor  indicis  proprius 
brings  the  index  and  middle  finger  together.  By  the  method  of  localized 
electrization  the  adductors  and  abductors  of  the  fingers,  and  the  interossei 
and  lumbricales,  are  found  to  act  not  only  in  drawing  these  members  to- 
gether and  separating  them,  but  also  in  extending  the  second  phalanx  of 
the  thumb  and  the  second  and  third  of  the  other  fingers. 

The  flexor  pollicis  brevis  is  concerned  in  extending  the  second  phalanx 
of  the  thumb,  as  well  as  in  flexing  the  first. 

So  long  as  the  arm  is  in  its  natural  position,  the  supinator  longus  has 
no  function  to  perform;  it  is  only  when  the  forearm  is  prone  that  its  pecul- 
iar action  is  manifest. 


In  paralysis  of  any  one  of  the  above  muscles,  it  is  readily  seen  that 
the  observation  made  concerning  their  function  is  correct. 

For  example : if  the  adductor  longus  and  extensor  brevis  pollicis  be- 
come paralyzed,  the  metacarpal  bone  of  the  thumb  is  adducted.  If  the 
extensor  longus  pollicis  is  paralyzed,  the  thumb  is  inclined  toward  the 
metacarpus,  although  its  movements  are  not  markedly  impaired  if  the  ex- 
tensor brevis  and  adductor  longus  are  strong. 

Electrization  of  the  deltoid  not  only  raises  the  upper  arm,  but  also 
very  perceptibly  changes  the  position  of  the  scapula.  The  external  angle 
of  the  shoulder-blade  becomes  depressed,  the  internal  angle  is  elevated, 
vT lie  the  distance  between  its  posterior  spinal  border  and  the  ribs  is 
s ightly  increased.  In  paralysis  of  the  deltoid  the  arm  hangs  by  the  side 
a most  completely  helpless.  The  muscle  is  composed  of  three  distinct 
g oups  of  fibres,  and  the  degree  of  paralysis  depends  upon  the  number  of 
groups  or  special  group  involved. 

for  major  and  latissimus  dorsi  muscles,  although  situated 

or  he  most  part  on  the  trunk  of  the  body,  are  especially  useful  in  assist- 
■ng  in  the  movements  of  the  arm. 

mitttd'rfV^/^^  When  all  of  the  fibres  of  the  trapezius  are  sub- 

terior  hn  ^ excitation,  the  shoulder-blade  becomes  elevated,  its  pos- 
'vard  nnrl  ^PP*'°^ches  the  median  line,  the  shoulders  are  drawn  back- 
side ’ th  rf  slightly  forward  and  toward  the  opposite 

kc  the  deltoid,  the  trapezius  is  made  up  of  three  sets  of  fibres. 
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When  the  superior  set  is  electrized  the  head  turns  toward  the  side  in 
ritated,  and  the  face  looks  toward  tire  opposite  side. 

The  middle  set  of  fibres  elevates  the  shoulder-blade,  while  by  the  ac- 
tion of  the  lower  set  its  inner  angle  is  depressed,  and  its  posterior  border 
is  drawn  toward  the  median  line.  In  complete  paralysis  of  the  trapezius 
the  following  symptoms  are  manifest:  The  back  is  rendered  broader,  on 
account  of  the  scapula  removing  slightly  from  the  spinous  processes;  the 
shoulder  becomes  depressed,  and,  on  account  of  the  absence  of  steady  sup- 
port for  the  arm,  its  movements  are  rendered  difficult.  Electrization  of 
the  rhomboideus  major  and  minor  muscles  elevates  the  scapula  and  slightly 
turns  it  on  its  outer  angle. 

If  the  current  be  sufficiently  intense,  the  lower  angle  of  the  scapula  ap- 
proaches nearer  to  the  spinous  processes  than  the  inner. 

If  the  rhomboideus  muscles  are  paralyzed,  the  scapula  removes  itself 
somewhat  from  the  walls  of  the  thorax,  the  skin  between  the  shoulder-blade 
and  the  spine  appears  in  folds,  and  the  lower  angle  of  the  bone  is  diawn 
forward  and  outward,  on  account  of  the  action  of  the  senates  anticus 
major.  By  excitation  of  the  serratus  anticus  major  the  scapula  is  drawn 
forward  and  outward,  so  that  the  space  between  its  posterior  border  and 
the  spine  is  doubled.  The  posterior  border  is  pressed  against  the  ribs, 
while  the  anterior  border  is  markedly  removed  from  them. 

When  the  muscle  is  paralyzed  the  shoulder-blade  sinks  but  little,  so 
long  as  the  arm  hangs  motionless  by  the  side ; but  as  soon  as  it  is  moved 
from  the  body  the  posterior  border  and  under  angle  of  the  scapula  are  lifted 
from  the  thorax,  while  the  anterior  approaches  it  more  closely.  In  com- 
plete paralysis  of  the  serratus  anticus  the  movements  of  the  arm  are  much 
impaired. 

A single  external  intercostal  muscle  may  be  electrized  by  pressing  a 
small  electrode  against  the  lower  border  of  one  of  the  upper  ribs,  near  the 

origin  of  the  serratus  magnus  muscle. 

The  individual  abdominal  muscles  are  readily  influenced  by  electric 

excitation.  . . 1 .i  f 

Electrization  of  the  rectus  muscle  so  stretches  and  draws  it  inward  tlia 

the  abdominal  wall  becomes  flat.  Irritation  of  the  external  oblique  ex- 
pands the  abdomen  laterally. 

If  we  electrize  the  transverse  abdominal,  powerful  transverse  contrac- 
tions of  the  abdomen  follow.  When  both  phrenic  nerves  are  submitted 
electric  excitation,  powerful  and  frequent  contractions  of  the  diapluag 
are  produced.  An  increased  amount  of  air  rushes  into  the  lungs,  on  . 
count  of  the  capacity  of  the  thorax  enlarging  through  the  escen  o 
diaphragm,  and  the  moving  outw'ard  of  the  false  ribs.  Atrop  iy  o 
phragm  causes,  during  inspiration,  a depression  of  the  epigas  iium 
abdominal  walls,  while  the  thorax  expands  as  usual. 

Muscles  of  the  Lower  Extremities.— excitation  reveals  th 
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that  flexion  and  extension  of  the  foot  cannot  be  produced  by  the  flexor  or 
extensor  muscles  alone,  since  these  muscles  tend  to  abduct  and  adduct  as 
well  as  flex  and  extend.  The  flexors  and  extensors  cause  direct  flexion 
and  extension  only  when  they  act  in  conjunction  with  certain  other  mus- 
cles. 

The  movements  of  the  foot  are  controlled  by  four  sets  of  muscles. 
These  are : 

The  tibialis  anticus,  which  at  the  same  time  flexes  and  adducts  the  foot 
— the  flexor  adductqr  muscle,  the  extensor  digitorum  communis  longus  and 
extensor  hallucis,  which  flex  and  abduct  the  foot — the  flexor  abductor. 

The  gastrocnemius  solius  and  tibialis  posticus,  which  extend  and  ad- 
duct the  foot — the  extensor  adductor,  and  the  peroneus  longus  and  brevis, 
which  extend  and  abduct  the  foot — the  extensor  abductor. 

Electrization  of  the  tibialis  anticus,  or,  in  other  words,  the  flexor  ad- 
ductor muscle,  not  only  extends  and  adducts  the  foot,  but  lifts  the  inner 
border  of  its  upper  portion  as  w'ell. 

Electrization  of  that  group  of  muscles  called  the  flexor  abductor,  besides 
flexing  and  abducting  the  foot,  extends  the  four  last  toes,  lifts  the  outer 
border  of  the  foot,  turns  the  sole  outward,  and  bends  the  great  toe. 

Pes  equinus  may  result  from  the  stronger  action  of  the  extensors. 

If  the  flexor  abductor  group  become  paralyzed,  the  movement  of  the 
foot  is  reversed — the  sole  turning  inward  and  the  anterior  portion  turning 
upward. 

Electrization  of  the  extensor  adductor  group  so  extends  and  adducts 
the  foot  that  the  heel  is  directed  outward  and  the  great  toe  inward.  The 
first  phalanges  of  the  toes  become  extended,  and  the  last  flexed,  giving  to 
them  the  form  of  claws. 

Electrization  of  the  extensor  abductor  so  extends  and  abducts  the  foot 
that  the  internal  malleolus  becomes  decidedly  prominent  through  the  sink- 
ing of  the  inner  border  and  the  elevation  of  the  outer  border  of  the  foot. 
Paralysis  of  this  last-named  group  of  muscles  produces  in  the  course  of 
time  what  may  be  termed  a flat  foot.  This  results  from  the  disappearance 
of  the  arching  of  the  foot. 

In  consequence  of  paralysis  of  the  extensor  adductor  the  foot  naturally 
becomes  abducted,  the  arch  of  the  dorsal  surface  is  increased,  and  instead 
of  the  flat  foot  above  mentioned,  we  have  a very  decided  hollowing  out  of 
the  plantar  side. 


CHAPTER  VIII. 


ACTION  OF  ELECTRICITY  ON  INVOLUNTARY  MUSCLES. 

Contractions  are  produced  in  a voluntary  muscle  the  instant  the  poles 
of  a galvanic  battery,  or  of  an  electro-magnetic  machine  in  operation,  are 
applied  to  it.  The  contraction  of  the  muscle  continues  during  the  passage 
of  the  faradic  current,  but  when  the  galvanic  current  is  used  quickly  re- 
laxes after  the  first  shock.  When,  however,  the  intestines,  the  stomach, 
the  oesophagus,  and  other  parts  which  are  composed  of  involuntary  muscu- 
lar fibre,  are  subjected  to  the  electric  current,  movements  are  not  induced 
in  them  until  a certain  time  after  the  tissue  has  been  acted  upon.  The 
movements  thus  excited  continue  for  a time  after  the  cessation  of  the  cur- 
rent, and  do  not,  as  in  the  case  of  voluntary  muscles,  at  once  return  to 
their  normal  condition. 

Iris. — Faradization  of  the  iris,  with  a very  gentle  current  in  a room 
that  is  moderately  darkened,  causes  it  to  be  constricted  or  dilated,  accord- 
ing to  the  position  of  the  electrodes. 

Faradization  or  galvanization  of  the  stomach  causes  gradual 
shortening  of  the  transverse  and  longitudinal  fibres  in  the  direction  from 
the  cardiac  to  the  pyloric  orifice.  In  the  treatment  of  paralysis  of  the 
oesophagus  associated  with  a sort  of  atony  of  the  stomach,  we  have  fre 
quently  had  occasion  to  observe  the  readiness  with  which  this  phenomenon 
is  demonstrated  in  the  living  man  by  applications  directly  to  the  mucous 
surfaces  of  the  parts. 

I/itesimes.—li  finely  pointed  electrodes  or  needles,  connected  either 
with  a faradic  or  galvanic  apparatus,  be  applied  to  the  intestine  of  a liv 
ing  or  recently  killed  animal,  steady  and  firm  contraction  takes  place  at 
the  points  where  the  electrodes  are  applied.  Under  a mild  cun ent  tie 
contraction  is  slow,  steady,  and  gradual.  The  intestines  are  drawn  up  a 
ter  the  manner  of  a woman’s  work-bag.  This  contraction,  though  mos 
marked  just  at  the  point  where  the  needles  touch  the  intestines,  is  a so 
obsen^ed  a little  distance  between  and  on  the  outer  side  of  the  nee 
Under  strong  currents  this  constriction  takes  place  very  rapidly,  an 
on  until  the  calibre  of  the  intestines  is  nearly  closed.  When  the  e ec- 
trodes  are  removed  this  constriction  slowly  disappeais.  These  phenonie 
are  seen  both  in  the  large  and  small  intestines  and  in  the  lectuin. 
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duodenum  responds  most  readily,  the  rectum  and  colon  less  so.  These 
phenomena  are  more  or  less  modified  by  the  condition  of  the  animal, 
whether  living  or  dead,  and  whether  recently  or  long  killed.  This  fact 
of  electro-physiology,  which  has  been  frequently  demonstrated  on  animals, 
is  very  suggestive  in  a practical  point  of  view.  The  value  of  electricity 
in  constipation  is,  in  view  of  these  observations,  partially  explained. 
Wliether  percutaneous  electrization  (both  poles  placed  externally)  or  di- 
rect electrization  (one  electrode  in  the  rectum  or  stomach  and  the  other 
externally)  effectually  contracts  either  the  muscular  coats  of  the  stomach 
or  intestines,  is  a question  upon  which  there  is  more  or  less  disagreement. 
During  the  electrization  of  a hernia.  Von  Ziemssen  * observed  very  posi- 
tive contraction  of  the  intestines.  Kussmaul  f speaks  of  the  quickened 
peristaltic  waves  on  a dilated  stomach  during  direct  electrization.  The 
consensus  of  opinion,  indeed,  seems  to  be  that  in  the  methods  of  percuta- 
neous and  direct  electrization  enough  current  reaches  the  muscular  coats 
of  the  stomach  and  intestines  to  influence  their  peristaltic  movements. 
Meltzer,J  on  the  contrary,  experimenting,  however,  only  with  the  faradic 
current  on  rabbits,  dogs,  and  cats,  comes  to  the  conclusion  that  neither 
percutaneous  nor  direct  faradization  of  the  stomach  or  intestines  produces 
any  contraction  in  these  parts.  This  subject  in  its  relation  to  therapeutics 
is  further  considered  in  the  chapter  on  Diseases  of  Digestion. 

Spleen. — When  the  spleen  of  certain  animals,  living  or  recently  killed, 
as  the  dog,  is  submitted  to  the  action  of  a tolerably  strong  current,  either 
faradic  or  galvanic,  a visible  drawing  and  contraction  occur  throughout  the 
entire  extent  of  the  organ ; not  only  where  the  electrodes  are  applied,  but 
between  them  and  beyond  them,  in  every  direction,  there  is  manifest 
shrinking  of  the  tissues,  with  change  of  color.  This  fact,  which  has  been 
disputed  by  some  physiologists,  we  have  demonstrated  in  a variety  of  ex- 
periments. The  phenomenon  is  not  so  noticeable  in  the  spleen  of  the 
rabhit  as  in  that  of  a dog,  and  in  order  that  it  may  occur  rapidly  and  be 
easily  seen,  the  current  used  must  be  of  considerable  strength.  The  short- 
ening and  discoloration  of  the  spleen  under  electrization  appear  to  be  more 
or  less  permanent.  This  physiologic  fact  suggests  the  query,  whether  the 
enlarged  spleen  of  intermittent  fever  might  not  be  treated  by  electricity. 

Bladder. — When  the  filled  or  emptied  bladder  of  a living  or  recently 
killed  animal  is  acted  on  by  either  current,  of  moderate  strength,  a visible 
drawing  and  contraction  take  place  in  various  directions.  The  tissue  be- 
comes firmer  and  harder,  the  cavity  diminishes,  and  if  it  contains  urine  a 
portion  of  it  is  expelled.  This  electro-physiologic  fact  is  utilized  in  cases 
of  paralysis  of  the  bladder. 


* “ Die  Electricitat  in  der  Medizin,”  4 Aufl.,  1892. 

+ Archiv  fUr  Psychiatrie,  Bd.  viii. 

f An  Experimental  Study  of  Direct  and  Indirect  Faradizatior 
Canal,”  1895. 
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Uterus. — The  uterus  of  animals  and  of  the  human  being  contracts  after 
the  manner  of  the  intestines,  bladder,  and  other  involuntary  muscles. 
Whatever  pole  is  used,  or  in  whatever  direction  the  current  be  applied, 
contraction  takes  place  whenever  the  current  is  applied,  whether  the  uterus 
is  or  is  not  in  a gravid  condition.  Both  faradization  and  galvanization 
have  this  slow  contracting  influence  on  the  uterus. 

In  the  chapter  on  Diseases  of  Women,  the  very  interesting  and  impor- 
tant practical  applications  of  this  physiologic  fact  will  be  pointed  out  in 
detail.  It  applies  especially  to  the  electric  treatment  of  metritis  and 
uterine  engorgements. 

Ureters. — The  ureters  are  constricted  and  shortened  by  electrization, 
and  as  in  the  case  of  the  uterus,  the  intestines,  and  the  spleen,  the  con- 
tractions take  place,  according  to  the  law  of  their  physiologic  action,  from 
the  kidneys  toward  the  bladder,  and  the  contractions  continue  after  the 
electrodes  are  removed. 

Vas  Deferens.!  Epididymis,  and  Tunica  Vaginalis. — When  the  electric 
current  is  applied  to  the  vas  deferens,  the  epididymis,  or  the  scrotum, 
they  likewise  contract  after  the  manner  of  the  intestines,  uterus,  and  so 
forth.  The  scrotum  contracts  rapidly,  almost  instantaneously,  under  a 
strong  current,  and  remains  contracted  for  some  time,  as  we  have  demon- 
strated on  rabbits  and  dogs,  and  on  the  living  human  being. 

Gall-bladder. — When  a current  of  considerable  strength  is  applied  to 
the  gall-bladder  by  pointed  electrodes,  constriction  takes  place  at  the 
points  of  application,  and  the  whole  bladder  tends  to  contract,  and,  like 
(he  urinary  bladder,  to  discharge  its  contents.  It  is  not  impossible  that  a 
powerful  current  sent  through  the  liver  of  the  living  subject,  by  external 
applications,  may  cause  contraction  of  the  gall-bladder;  and  in  this  way 
we  may  in  part  explain  the  value  of  electric  treatment  in  jaundice. 

OLsopliagus. — In  rodents  the  oesophagus  consists  of  striped  muscle 
only;  in  birds  it  consists  of  unstriped  muscle,  and  in  man  of  a combina- 
tion of  both  striped  and  unstriped  muscle.  Both  sets  of  fibres,  longitudinal 
and  circular,  contract  under  the  current,  not  only  at  the  points  where  the 
electrodes  are  applied,  but  through  the  whole  length  downward  toward  the 
stomach.  In  the  treatment  of  dysphagia  this  fact  may  well  be  considered. 

Heart. — The  effect  of  electrization  of  the  pneumogastric  and  other 
nerves  that  supply  the  heart  has  already  been  considered.  1 he  effect  of 
direct  electrization  of  the  tissue  of  the  heart  itself  is  not  without  interest. 
Galvanization,  with  currents  of  moderate  strength,  of  the  heart  of  an  ani- 
mal that  has  stopped  beating,  may  cause  a return  of  its  rhythmical  action. 
It  has  been  sometimes  observed  that  the  contractions  return  more  vigoi- 
ougly  in  the  right  than  in  the  left  side.  According  to  our  observation,  in 
the  hearts  of  dogs  and  rabbits  much  depends  on  the  strength  of  the  cuiient 
used.  If  a strong  current  be  directed  through  pointed  electrodes  to  the 
substance  of  a heart  of  a dying  animal,  the  pulsations  are  in  part  arrested, 
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( but  they  recur  as  soon  as  this  current  is  broken.  These  conclusions  are 
I based  on  a large  number  of  observations.  When  the  heart  has  fully 
U stopped  it  may  be  restored  by  a weak  current,  and  again  arrested  by  a 

(strong  current. 

Blood-vessels. — The  small  arteries  that  contain  considerable  unstriped 
I muscle  contract  under  the  current,  after  the  manner  of  the  intestines;  that 
is,  the  contraction  does  not  appear  instantaneously,  but  a little  time  after 
the  needles  are  applied  it  goes  on  slowly,  and  after  the  needles  are  re- 
moved they  gradually  return  to  their  normal  condition.  In  the  larger  ar- 
teries this  contraction  is  not  so  marked. 

It  will  be  observed  that  electricity  acts  on  unstriped  muscular  fibre, 
in  this  respect  at  least,  very  much  like  ergot.  The  power  of  ergot  to  con- 
stringe  the  blood-vessels  is  the  explanation  of  its  great  value  as  a remedy 
in  spinal  and  cerebral  congestion.  The  efficacy  of  electrization  in  the 
same  affections,  as  well  as  in  sprains  and  various  local  inflammations, 
j may  be  in  part  explained  by  the  same  theory.  This  subject  will  be 
I discussed  in  the  chapter  devoted  to  the  Influence  of  Electricity  on 
I Nutrition. 

I The  above  conclusions  are  based  largely  on  our  own  experiments,  al- 
I though  many  of  the  observations  had  been  previously  made  by  various 
I physiologists. 

I There  were,  however,  certain  queries  in  regard  to  the  differential  ac- 
I tion  of  the  poles,  and  of  the  two  currents,  and  of  weak  and  strong,  on  in- 
I voluntary  muscle,  that  had  not  been  answered.  These  queries  we  have 
i aimed  to  solve  by  a large  number  of  experiments  on  animals.  The  rec- 
j ords  of  one  set  of  these  experiments,  noted  at  the  time  by  our  friend  Dr. 
( John  Van  Bibber,  of  Baltimore,  are  herewith  presented.  It  will  be  ob- 
ij  served  that  the  chemic  and  other  effects  of  the  current,  besides  the  con- 
I tracting  influence,  are  noted. 

I Experhnetit  i. — The  abdominal  cavity  of  a good-sized  rabbit  was 
‘ opened,  and  a medium  faradic  current,  with  needle  electrodes,  was  applied 
) to  the  upper  part  of  the  small  intestines.  Contraction  produced  mostvig- 
I-  orous  at  the  positive.  A vermicular  motion  was  also  observed  not  only 
> in  the  part  within  the  circuit,  but  extending  some  distance  beyond  each 
1 pole.  T.  he  rabbit  was  fully  under  ether,  and  the  only  other  muscular 
c niovements  were  cardiac  and  respiratory.  The  color  of  intestines  was  nor- 
t mal  and  healthy,  and  was  undisturbed  during  this  operation. 

Expcrwieni  2.— A galvanic  current  was  now  applied,  with  needle  elec- 
^ trodes,  a little  below  point  of  first  experiment.  There  was  an  immediate 
change  in  tne  circulation  of  the  part.  It  became  darker  and  venous  in 
Its  appearance,  presenting  the  appearance  of  a clot.  The  intestines,  be- 
I ^^t;cid  as  to  render  the  insertion  fo  a needle  difficult,  became  very 

■'  'f  The  negative  pole  was  loose  in  the  tissues,  with  bubbles 

o j rogen  generated  around  it,  and,  on  the  other  hand,  the  positive  pole 
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became  very  firm  in  its  insertion,  with  evident  constriction  of  muscular 
fibre  around  it. 

The  first  effect,  therefore,  seemed  to  be  congestion,  and  afterward 
coagulation. 

Experiment  3. — On  stomach,  with  galvanic  current.  In  region  of  posi- 
tive pole  the  circular  fibres  are  much  contracted,  and  the  same  disintegrat- 
ing effects  of  negative  pole  were  observed. 

Experiment  4. — Faradic  current  on  large  intestine.  Contraction  of 
muscular  fibres  was  observed,  and  thought  to  be  greater  at  positive  pole. 

Experiment  5. — Faradic  current  on  spleen.  The  smooth  surface  of  that 
organ  was  soon  corrugated,  tending  to  show  that  the  tissues  were  contract- 
ing under  its  influence. 

Experiment  6. — Galvanic  current  on  spleen.  Generation  of  hydrogen 
at  negative  pole,  also  congested  appearance,  and  after  removing  needle 
very  dark  spot  at  negative  pole. 

Experiment  7.  — Faradic  current  on  bladder.  The  bladder  was  partially 
filled  with  urine,  and  when  the  current  was  applied  there  was  great  and 
immediate  contraction  of  muscular  fibres  and  expulsion  of  urine. 

Experiment  8. — On  left  kidney,  faradic  current.  Muscle  contracted, 
and  seemed  to  be  permanently  so,  at  least  during  observation. 

Right  kidney,  galvanic  current.  Same  effect  at  negative  pole,  dark 
congested  spot;  but  during  passage  of  current  the  bladder,  which  had 
been  much  contracted  by  faradic  current,  seemed  to  fill  up. 

Experiment  9. — On  liver.  No  action.  The  rabbit  seemed  to  show 
remarkable  vitality,  and  it  was  necessary  to  renew  ether  very  frequently. 
It  was  determined  then  that  the  electricity  seemed  to  prolong  life,  even 
after  it  had  been  so  taxed  by  anatomic  mutilation. 

The  conclusions  from  a large  variety  of  experiments,  of  which  the 
above  is  a fair  illustration,  are  these: 

1.  Both  currents — faradic  and  galvanic — cause  an  unstriped  muscle  to 
contract  in  accordance  with  the  law  of  its  physiologic  action.  It  remains 
contracted,  and  after  the  breaking  of  the  current  gradually  returns  to  its 
normal  condition. 

2.  The  time  when  the  contraction  begins,  and  the  vigor  with  which  it 
continues,  and  the  rapidity  with  which  it  returns  to  its  normal  condition, 
after  the  breaking  of  the  current,  varies  with  the  organ  acted  on,  with  the 
strength  of  the  current,  and  with  the  condition  of  the  animal  acted  on, 
whether  living,  dying,  recently  or  long  dead. 

3.  The  positive  pole  has  a more  powerful  contracting  influence  on  un 
striped  muscles  than  the  negative.  The  differential  action  of  the  poles 
is  seen  in  both  currents,  but  is  more  decided  with  the  galvanic.  Ihis  fact 
we  were,  we  believe,  the  first  to  discover.  This  fact  of  the  moie  potent 
action  of  the  positive  pole  on  unstriped  muscle  is  of  consideiable  signii 
cation  in  the  treatment  of  engorgements  of  the  uterus,  etc. 
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4.  Unstriped  muscles  can  also  be  made  to  contract  by  faradization  or 
;•  galvanization  of  the  nerves  and  nerve-plexuses  that  supply  them — indi- 
3 rect  electrization. 

5.  The  behavior  of  the  different  organs  that  are  supplied  with  unstriped 
r muscles  under  electrization  depends  on  the  relative  amount  of  muscle  in 
n their  tissues.  The  intestines,  the  scrotum,  contract  rapidly  and  vigor- 
I ously;  the  spleen  and  arteries  less  perceptibly  and  more  slowly. 

The  liver  and  lungs  do  not  apparently  contract  under  either  current. 

The  electrolytic  action  of  the  current  is  observed  in  these  organs,  as  in 
I all  other  tissues. 

6.  The  differential  reaction  of  voluntary  and  involuntary  muscle  to 
( the  current  is  mainly  a matter  of  degree.  Both  kinds  of  muscle  contract 
r in  accordance  with  the  law  of  their  physiologic  action,  under  both  currents, 

3 . and  both  return  to  their  normal  condition ; but  involuntary  muscle  re- 
M turns  very  slowly,  while  voluntary  muscle  returns  rapidly,  almost  instan- 
p taneously.  ^ When  voluntary  muscles  have  become  greatly  exhausted 
(I  through  fatigue  or  death,  they  behave  very  much  like  involuntary  muscles. 


CHAPTER  IX. 


ACTION  OF  ELECTRICITY  ON  THE  BLOOD. 

The  action  of  the  galvanic  current  on  the  blood  is  a subject  to  which 
we  have  given  at  different  times  considerable  attention.  Blood  coagulates 
so  quickly  after  leaving  the  living  body,  that  the  action  of  electricity  upon 
it  can  only  be  studied  with  satisfaction  when  the  electrodes  are  placed 
within  an  artery  or  vein,  or  in  a current  of  blood  as  it  flows  from  the 
wounded  blood-vessels  before  the  process  of  coagulation  has  set  m.  We 
have  e.\perimentcd  on  blood  with  the  galvanic  current  in  both  ways. 

When  the  needles  connected  with  the  poles  of  a galvanic  battery  are 
inserted  into  the  feebly  flowing  blood  of  a wounded  animal,  electrolysis  at 
once  takes  place  with  differential  polar  action  of  a striking  character.  At 
the  positive  pole  a small,  firm,  and  dark  clot  forms,  that  adheres  closely 
to  the  needle,  especially  if  it  be  steel  that  is  readily  oxidized.  At  the 
negative  pole  a larger,  softer,  lighter,  yellowish  clot  forms,  with  a mixture 

of  foam  or  froth  from  the  bubbles  of  hydrogen. 

If  the  current  be  strong,  and  the  operation  protracted,  the  positive 
steel  needle  will  become  either  destroyed  by  oxidization  or  greatly  reduced 

in  size.  . . , i i j ; = 

From  this  it  will  be  seen  that  the  action  of  electricity  on  the  blood  is 

mainly,  if  not  entirely,  of  a chemic  character— in  a word,  electrolysis,  or 
electro-chemic  decomposition.  Golubew  and  Burdon  Sanderson  ia\e 
studied  the  effect  of  faradization  on  the  blood-corpuscles  under  the  micro- 
scope, and  Rollet  and  Neuman  have  studied  the  same  under  the  influence 
of  the  galvanic  current.  It  has  been  shown  that  the  red  corpuscles  of  the 
blood  are  discolored  by  the  alkalies  of  the  negative  pole,  and  caused 
shrink  by  the  acids  at  the  positive  pole.  Under  the  discharges  o 
Leyden  jar  the  red  corpuscles  change  their  shape  and  lose  their  color. 

In  order  to  determine  the  differential  action  of  the  poles  in  P'C  ^ 
a clot,  we  have  made  a number  of  experiments  on  dogs.  One  me  lo 
experimenting  was  to  etherize  the  animal,  open  the  abdomen  , 

linea  alba,  and  expose  the  aorta,  into  which  needles,  insu  ate  wi 
rubber  up  near  to  their  points,  and  connected  with  both  Poles,  we^ 
duced.  In  some  cases  the  artery  was  constricted,  in  others  not. 
dense  the  record  of  the  experiments  from  the  published  statemen  s 
Keyes,  who  co-operated  with  us. 
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Experiment  I. — March  17th.  A small  dog  was  etherized,  the  abdo- 
men laid  open  through  the  linea  alba,  and  the  aorta  exposed.  Positive 
and  negative  needles,  insulated  (imperfectly)  with  hard  rubber,  were  in- 
troduced into  the  aorta  about  one  inch  apart.  Both  needles  were  of  steel, 
gold  plated  at  the  points.  The  negative  needle  was  accidentally  run 
through  the  artery,  and  emerged  into  the  muscle  beneath.  The  current 
from  sixteen  cells  of  a Stohrer’s  battery  was  passed  for  ten  minutes.  The 
j artery  was  not  compressed.  Blood  flowed  through  it  at  great  force. 

Result. — Bloody  foam  surrounded  the  negative  needle,  the  blood  emerg- 
ing from  the  artery.  Needle  loose.  It  dropped  out,  the  blood  followed. 

Positive  needle  adherent  to  artery,  requiring  a little  force  to  pull  it 
away.  Artery  was  cut,  before  the  needle  was  removed,  to  look  for  clot. 
No  clot  discovered  in  the  vessel.  A little  black  material  was  found  ad- 
herent to  the  wall  of  the  artery,  and  to  the  positive  needle  at  the  point  of 
entrance.  The  lining  membrane  of  the  artery  was  altered  and  discolored, 
wherever  either  needle  had  touched  it,  over  a space  about  one  and  a half 
lines  in  diameter. 

Experiment  IV. — Medium-sized  dog  etherized.  Positive  needle 
(platinum),  insulated  with  hard  rubber,  was  placed  in  the  artery.  Nega- 
tive needle  (platinum),  insulated  with  shellac,  in  muscles  near  the  spine. 
Eighteen  cells  Stohrer.  Time,  ten  minutes.  Current  of  blood  about 
three-fourths,  arrested  through  the  artery,  by  compression  with  thumb  and 
fingers,  one  inch  above  and  below  the  needle. 

Result. — Firm  black  clot  outside  of  the  vessel  at  point  of  the  entrance 
of  needle,  and  where  the  opposite  wall  was  touched  by  the  needle’s  point. 
Inside— firm,  black  clot,  adherent  to  the  wall,  but  not  large  enough  to 
obliterate  the  vessel. 


Lining  membrane  of  artery  blue-black,  and  coats  of  vessel  adherent 
and  condensed  at  point  of  entrance  of  needles,  and  where  opposite  wall 
had  been  touched.  Needle  not  much  acted  upon.  A little  flake  of  hard 
rubber  came  off,  and  was  left  attached  to  the  clot.  A few  bubbles  of  oxy- 
gen escaped  from  the  vessel  alongside  the  needle. 

Lxperiment  Vll.—Positive  needle  gold,  non-insulated.  Negative 
needle  steel,  non-insulated.  Both  in  vessel.  Sixteen  cells.  Time  ten 
nunutes.  ’ 


esult.~Q\o\_  same  at  the  positive  pole  as  in  Experiment  IV.,  but  ac- 
lon  on  lining  membrane  was  much  less  than  in  that  experiment.  Gas 
scape  at  negative  needle.  No  clot  at  negative  needle.  Artery  com- 
P essed  only  below,  circulation  arrested. 

— Renal  artery  of  dog  was  cut^  and  blood  allowed  to 
non  i*”  cavity.  As  it  flowed,  negative  and  positive  steel. 

Actio  needles,  connected  with  eighteen  cells,  were  dipped  into  it. 

and  ” once.  A dark  clot  formed  about  positive  needle, 

'g  t oam  around  negative.  At  the  end  of  one  minute,  at  the  posi- 
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tive  needle,  a black  clot  had  formed,  a quarter  of  an  inch  in  diameter, 
dense  enough  to  be  lifted  out  of  the  fluid  on  the  point  of  the  needle,  and 
to  sustain  its  own  weight.  At  negative  needle  there  was  a spumous  yellow 
mass,  which  could  be  lifted  in  part  from  the  blood  on  the  needle’s  point,  , 

but  which  had  no  consistence  whatever. 

Blood  coagulates  so  quickly  after  it  leaves  the  body  that  when  we  wish 
to  determine  the  chemic  action  of  the  electric  current  on  it,  it  is  necessary 
to  introduce  the  needles  into  the  vessels  of  the  living  animal,  or  into  the 
blood,  just  as  it  is  flowing  from  the  vessels. 

With  the  assistance  of  Dr.  J.  H.  Raymond,  we  made  similar  experi- 
ments on  dogs  and  rabbits.  The  animals  were  etherized,  cut  open,  and 
the  needles  (platinum)  inserted  into  different  arteries  and  veins.  In  some 
cases  also  the  arteries  were  ruptured,  and  the  needles  were  introduced  into 
the  pool  of  blood  before  it  had  time  to  coagulate. 

The  conclusions  in  regard  to  the  electro-coagulability  of  the  blood,  to 
which  we  have  been  led  by  these  repeated  experiments  on  animals  and  on 
men,  are  these: 

1.  Both  poles  of  the  galvanic  current  cause  a clot  in  blood,  either  run- 
ning in  an  artery  or  vein,  or  freshly  drawn,  and  stationary. 

2.  The  positive  clot  is  black,  hard,  and  small;  the  negative  clot  is 


with  the  evolution  of  oxygen  and  hydrogen,  of  acids  and  aiKaiies,  mm 


4.  1 lie  luigebi  eiuL  lUiK. 
caused  w'hen  both  poles  are 
er.  The  reason  of  this  is. 


re  placed  within  the  blood-vessel  and  near  togeth- 
is,  that  when  the  poles  are  near  together  in  the 
erv  much  less  than  when  one  of  the  poles  is  on 


er.  i ne  reason  01  uns  is, 
blood,  the  resistance  is  very 
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blood  exists  in  two  forms:  First,  that  which  is  held  in  solution  by  the 
plasma;  second,  that  which  enters  into  combination  with  the  constituent 
elements  of  the  corpuscle  or  oxyhaemoglobin.  This  oxyhaemoglobin  is 
given  up  as  soon  as  the  oxygen  of  the  plasma  has  become  exhausted  and 
the  pressure  reduced,  as  in  the  capillaries.  This  interchange  continues 
until  the  pressure  of  the  oxygen  in  the  lymph  equals  the  oxygen  in  the 
plasma.  The  galvanic  current  facilitates  this  transfer.  In  the  prelimi- 
nary test  the  atmosphere  was  shown  to  be  free  from  nitrous  compounds  by 
the  Gries-Slosvay  formula,  and  from  ozone  by  the  iodide  of  starch  and 
tincture  of  guaiacol  tests.  Sixty  grammes  of  blood  were  then  taken  from 
a rabbit  and  defibrinated.  The  serum  showed  ozone  in  small  quantity, 
the  clot  in  far  greater  amount.  After  galvanization  the  clot  showed  more 
vivid  and  longer  reactions.  This  was  due  to  the  polarization  of  the  neu- 
tral oxygen.  This  polarization  of  the  oxygen  seems  to  take  place  just  as 
the  gas  touches  the  tissues,  where  the  conditions  are  favorable  to  such  ac- 
tion and  where  it  closes  circuit  with  electricity  in  the  human  frame. 
The  interesting  observation  was  made  by  analysis  of  the  blood,  that  the 
ozone  was  much  greater  in  the  blood  of  an  animal  strongly  under  the 
influence  of  the  galvanic  current  than  in  normal  blood. 


CHAPTER  X. 

ELECTRO-CONDUCTIVITY  OF  THE  HUMAN  BODY. 

The  chief  constituent  in  the  human  body  is  water,  which  is  about 
three-fourths  of  its  average  weight.*  The  saline  constituents  which  the 
water  holds  in  solution  vary  in  quantity  and  quality  in  the  different  tis- 
sues and  the  different  parts  and  organs  of  the  body. 

The  conductibility  of  the  body,  as  a whole,  may  be  best  understood  by 
regarding  it  as  a mass  of  water  and  saline  ingredients,  with  solid  tissue 
interspersed.  The  degree  of  resistance  to  the  current  that  different  parts 
of  the  body  offer  will  therefore  depend  on  their  structure.  Those  parts 
which,  like  the  bones  and  epidermis,  contain  little  water,  will  offer  a much 
greater  resistance,  and  be  poorer  conductors,  than  those  parts  which,  like 
the  muscles,  nerves  and  tendons,  and  cartilages,  contain  a large  percent- 
age of  water.  Soft  parts,  like  the  stomach,  intestines,  and  mucous  mem- 
branes in  general,  offer  comparatively  little  resistance,  because  they  con- 
tain so  large  a percentage  of  saline  solutions.  Saline  solutions  conduct 
better  than  simple  water,  and  warm  saline  solutions  conduct  better  than 
those  which  are  cold. 

The  human  body,  as  a whole,  conducts  electricity  fifteen  to  twenty 
times  better  than  pure  cold  water,  provided  the  skin  is  thoroughly  mois- 
tened. It  owes  this  superior  conductibility  to  the  warm  saline  solutions 
which  it  contains.  According  to  recent  experiments  by  Richardson,  the 
blood  is  the  best  conducting  material  of  the  body. 

Percentage  of  Water  in  the  Tissues. — To  ascertain  the  relative  propor- 
tion of  water  in  the  different  tissues  of  the  body  is  a subject  that  has  oc- 
cupied a number  of  observers.  The  results  of  the  different  investigations 
do  not  agree  mathematically,  for  the  reason,  partly,  that  individuals  differ 
in  the  water-holding  capacity  of  their  tissues,  as  in  all  other  respects. 

The  following  tablej  gives  at  a glance  the  results  of  the  different  in- 
vestigators : 


* Pereira:  “ Food  and  Diet,”  Am.  ed. , p.  39. 

f Ziemssen  : ‘‘Die  Electricitat  in  der  Medicin,”  vierte  ganz  umgearbeitete  Auflage, 

Erste  Halite,  p.  18,  1872. 


ELECTRO-CONDUCTIVITY  OF  THE  HUMAN  BODY.  151 


Percentage  of  Water  in  the  Tissues  of  the  Human  Body. 

New-born 

Adults.  children. 


Blood 

Gray  matter  of  the  brain 


Gray  matter  of  spinal  cord  . . 

White  “ “ “ 

Nerve  matter 

Muscle 

Liver  

Elastic  tissue 

Fatty  “ 

f cornea  . . 
Connective  tissue  •<  skin  .... 

( lederhaut. 

Bones — os  parietal 


80.5 

(E.  Bischoff) 

85.0 
(Lassaig) 

73.0 
(Lassaig) 

71.0 

(LeHerit) 

65.0 

(Von  Bibra) 

77.0 
(Ranke) 

81.2-84.8 

(Ranke) 

76.1 

(Von  Bibra) 
70.4 

(Schultze) 
80.9  . 
(Ranke) 

75.8 

(His) 


77-2  .. 
(Ranke) 


70.8  . 
(Ranke) 


39.68 

(Von  Bibra) 


57-5  79-1 

(Wienholt)  (Ranke) 

14-16  

(Friedleben) 


85.0 

(Bischoff) 

88.6 

(Bischoff 


81.8 

(Bischoff) 

64.5 

(Von  Bibra) 

87.8 

(Bischoff) 

82.5 

(Oidmann) 


18-29 

(Friedleben) 


An  examination  of  the  above  table  shows  clearly  these  two  facts : 

I.  The  percentage  of  water  in  the  different  tissues  of  the  human  body, 
excepting  the  skin  and  bones,  is  almost  uniform — ranging  between  70  and 
90.  The  percentage  of  water  in  the  skin  is  almost  two-thirds  as  great  as 
in  the  brain,  spinal  cord,  and  nerves.  In  the  bones  the  percentage  of  wa- 
ter is  one-fifth  that  of  the  soft  tissues. 


2.  There  appears  to  be  more  water  in  the  tissues  of  new-born  children 
than  in  adults.  The  difference,  however,  is  but  trifling. 

Investigations  of  a similar  character  have  been  made  on  the  tissues  of 
oxen,  dogs,  frogs,  cats,  hares,  and  rabbits;  the  results  do  not  differ  mate- 
rially from  those  obtained  on  the  tissues  of  human  beings. 

Compared  with  a number  of  metallic  substances,  the  human  body  is  an 
exceedingly  poor  conductor.  Thus  it  has  been  estimated  that  copper  is 
several  thousand  million  times  a better  conductor  than  the  human  body. 

Dr.  C.  B.  Radcliffe  made  three  experiments,  in  which  he  measured  the 
resistance  of  nerve,  tendon,  and  muscle,  as  nearly  of  the  same  shape  and 
size  as  possible.  The  pieces  were  taken  from  the  sciatic  nerve,  the  tendo- 
Achillis,  and  the  adductor  longus  of  a recently  killed  rabbit.  He  found 
the  mean  resistance  of  one  inch  of  the  sciatic  nerve  to  be  40,000  units — ■ 
that  is,  about  eight  times  the  resistance  of  the  Atlantic  cable;  of  the 
tendon,  38,000  units;  and  of  the  muscles,  12,000  units.* 

Bones  and  Skin  Poor  Conductors. — It  should  never  be  forgotten  that  the 


* “ Dynamics  of  Nerve  and  Muscle,”  p.  19. 
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epidermis,  in  a dry  state,  is  a poor  conductor.  In  practice  this  resistance 
of  the  epidermis  is  overcome  by  thoroughly  moistening  it.  The  hair  and 
nails  are  also  poor  conductors.  In  making  applications  to  the  top  of  the 
head  it  is  necessary  to  thoroughly  moisten  the  hair.  The  bones  contain 
less  water  than  the  soft  parts,  and  are  consequently  poorer  conductors. 
Soft  parts  which  are  thus  enclosed  in  a bony  covering  are  less  powerfully 
affected  than  soft  parts  which  are  not  so  enclosed. 

The  Cui'rcnf  Tends  to  Tahe  the  Shortest  Way  betn>een  the  Electrodes. — 
The  electric  current  always  takes  the  shortest  and  most  direct  course  from 
one  pole  to  the  other,  provided  the  media  intervening  between  the  elec- 
trodes is  of  a uniform  conductibility.  When,  therefore,  the  positive  elec- 
trode is  applied  to  one  part  of  the  body,  and  the  negative  to  the  other,  the 
current  would  diffuse  itself  uniformly  between  the  poles,  provided  the 
structures  of  the  body  between  them  were  uniform.  But,  as  has  been  seen, 
the  different  parts  of  the  body  vary  widely  in  regard  to  their  conductibil- 
ity,— those  which  contain  a large  quantity  of  saline  solutions  being  good 
conductors,  and,  vice  versd,  those  which  contain  a small  quantity  being 
poor  conductors, — the  difference  of  conductibility  between  bone  and  mus- 
cle being  nearly  twenty  to  one. 

The  current  does  not  affect  all  parts  alike.  The  extent  to  which  any 
part  is  directly  reached,  w'hen  the  current  is  applied  over  the  surface,  will 
depend  both  on  its  structure  and  its  situation. 

Soft  parts,  which  contain  a large  amount  of  water,  like  the  brain,  spinal 
cord,  and  abdominal  viscera,  are  good  conductors,  and  unless  their  situa- 
tion is  unfavorable,  they  are  directly  and  powerfully  affected  by  the  cur- 
rent, when  applied  to  the  surface  by  means  of  moist  conductors.  On  the 
other  hand,  bone,  which  contains  a much  less  percentage  of  water  than  the 
muscles  and  soft  parts,  is  comparatively  a poor  conductor.  Accordingly, 
soft  parts  which  are  partially  or  entirely  enclosed  by  bone  are  much  less 
readily  affected  by  external  applications  than  would  be  the  case  if  they 
were  exposed. 

Another  legitimate  inference  from  the  accepted  theories  of  the  nature 
of  electricity,  and  from  what  we  know  of  the  relative  conductivity  of  the 
different  tissues  of  the  body  is,  that  when  electrodes  are  placed  on  the  sur- 
face of  the  body  the  current  moves  between  them  in  a kind  of  undulative 
or  wave-like  manner,  extending  on  both  sides  of  the  median  line  between 
them  for  a considerable  distance. 

That  these  theories,  in  regard  to  the  electro-conductivity  of  the  body, 
are  sound,  is  proved  in  three  ways : 

1.  By  experiment  on  the  living  subject. 

2.  By  direct  experiment  with  the  galvanoscopic  frog  and  reflecting 
galvanometer  on  the  dead  subject. 

3.  By  the  evidence  of  pathologic  cases. 

That  the  tendency  of  electricity  is  to  take  the  shortest  road  between 
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the  electrodes  is  proved  by  the  following  experiment;  The  two  forearms 
are  crossed  so  that  they  touch  each  other  a little  distance  above  the  wrist. 
Placing  now  one  electrode  on  the  outer  surface  of  each  arm,  and  letting 
the  galvanic  current  run,  a feeling  of  heat  and  pricking  is  felt,  not  only 
beneath  the  electrodes,  but  also,  to  a less  degree,  at  the  polar  surfaces  of 
the  forearms  where  they  touch  each  other.  On  removing  the  electrodes  it 
is  observed  that  not  only  the  spots  beneath  the  electrodes,  but  also  the 
spots  where  the  arms  touched,  have  become  reddened. 

This  shows  that  a portion  of  the  current  takes  the  shortest  way  from 
one  electrode  to  the  other,  although  that  road  lies  through  two  layers  of 
epidermis,  which  is  a very  bad  conductor. 

A portion  of  the  current,  in  this  experiment,  goes  up  the  arm,  across 
the  body,  and  down  the  other  arm. 

In  order  to  ascertain  what  proportion  of  the  current  took  the  route 
across  the  arms,  Ziemssen*  made  the  following  experiment:  Putting  one 
forearm  over  the  other,  as  in  Erb’s  experiment,  he  placed  between  them 
two  plates  of  zinc,  connected  with  a delicate  reflecting  galvanometer. 
The  result  of  the  experiment,  when  20  elements  were  directed  across  the 
arms,  was  a deflection  of  the  needle  36.3°.  The  same  arrangement  made 
on  the  dead  body  gave,  with  10  elements,  a deflection  of  8.5°;  with  15 
elements,  a deflection  of  19.7°;  with  20  elements,  28.2°.  On  separating 
the  forearms,  so  that  the  whole  current  must  run  around  through  the  arms 
and  body,  he  found  that  with  10  elements  there  was  a deflection  of  15.9°; 
wither 5 elements,  a deflection  of  31.7°;  with  20  elements,  a deflection  of 
48.5  . The  conclusion  W'as  that  in  each  experiment  one-half  of  the  cur- 
rent went  across  through  the  forearms,  and  the  other  half  up  and  down 
the  arms  and  through  the  body. 

Evidence  of  Pathologic  Cases. — When  the  spinal  cord  is  in  a condition 
of  health,  a powerful  current  may  be  applied  down  the  back  without  dis- 
comfort; but  in  cases  of  myelitis,  spinal  congestion,  and  other  morbid 
states,  very  marked  and  peculiar  symptoms  are  sometimes  observed.  We 
have  seen  a case  of  myelitis  when  even  a very  mild  faradic  current  over 
t e spine,  near  the  supposed  seat  of  the  disease,  caused  severe  pain  in  the 

^ that  continued  for  several  hours.  Such  a phenomenon  is  never 
o ser\e  m health.  The  fact  that  it  does  occur,  especially  when  the  elec- 
ocej  are  not  placed  near  any  prominent  nerves,  shows  very  clearly  that 
actbn effects  the  spinal  cord  in  a more  direct  way  than  by  mere  reflex 

that  th^  ^^*^^^tions  of  the  patient,  and  the  results  of  treatment,  also  show 
^ stomach,  liver,  spleen,  intestines,  and  the  genital  organs  in  both 
traversed  by  the  current  in  external  applications  of  either  cur- 

periments  on  Dead  Subject  with  a Prog  Preparation. — Erb  opened  the 

* Op.  dt.,  p.  22. 
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skull  of  a dead  body,  took  out  the  brain,  and  covered  the  outside  of  the 
skull  with  pieces  of  muscle  about  three-quarters  of  an  inch  thick.  Over 
the  muscle  pieces  of  skin  were  placed,  and  over  the  skin  the  electrodes. 
The  skull  was  then  filled  with  the  brain,  in  such  a way  as  to  avoid  any 
direct  connection  with  the  muscle.  The  skull  was  thoroughly  dried,  and 
a prepared  frog  placed  on  the  cerebral  matter.  A very  gentle  current  was. 
then  let  on,  and  both  on  opening  and  closing  the  frog  contracted  energet- 
ically, showing  that  a portion  of  the  electiicity  at  least  passed  through  the 
brain.  Branch  currents  may  also  have  gone  around  through  the  layer  of 
muscular  tissue;  but  the  important  point,  that  some  of  the  electricity  took 
the  short  way  direct  through  the  skull  and  brain,  was  in  this  experiment 
conclusively  shown. 

The  same  experiment  with  the  faradic  current  showed  the  same  result 

Similar  experiments  on  the  spinal  cord  showed  that  the  current  pene- 
trated the  vertebrae  as  readily  as  through  the  skull. 

Hare,*  on  the  other  hand,  comes  to  a different  conclusion.  The  fact 
being  admitted  that  electricity  always  flows  in  the  direction  of  least  resis- 
tance, the  problem  to  be  solved  in  his  experiment  was  whether  the  round- 
about route  by  tlie  scalp,  or  the  more  direct  one  through  the  head  from 
side  to  side,  offered  the  more  resistance.  The  positive  pole  of  the  battery 
was  applied  to  the  occiput  and  the  negative  to  the  forehead  of  a large  dog, 
and  a milliamperemeter  placed  in  the  circuit  now  registered  s|  milliam- 
pcres.  The  dog  was  then  trephined.  The  meter  still  in  the  circuit,  a 
needle,  thoroughly  insulated  except  at  its  tip,  was  inserted  into  the  brain 
substance.  The  meter  now  registered  3J  milliamperes.  In  other  words, 
the  resistance  to  the  current,  when  one  of  the  poles  was  bare  metal  an  in 
the  middle  of  the  brain,  was  greater  when  the  current  had  to  pass  througi 
the  wet  sponge,  bone  membranes,  and  scalp,  than  when  the  current  had  to 
pass  from  pole  to  pole  by  the  scalp.  “ If  this  is  the  case,”  says  the  au- 
thor, “ how  much  greater  must  the  resistance  be  when  the  current  has  o 
pass  through  both  sides  of  the  skull  instead  of  only  one  side,  as  in  my  ex- 
periment!” Deve’sf  experiments,  however,  lead  him  to  the  following 
quite  opposite  conclusions:  i.  The  current  passes  through  scalp,  bone 
and  encephalon.  2.  It  is  stronger  in  the  scalp,  and  grows  weaker  by 
diffusion,  the  more  rapidly  when  electrodes  are  removed  furthest  bom  tl 
biparietal  line.  3-  It  spreads  evqnly  through  the  entire  encephalic  mass 
Actual  Experiment  with  a Reflecting  Galva7iometer.—i:\^^ 
ready  given  are  sufficient,  with  corroboration,  to  establish  the  fact  _ 
the  electricity,  when  applied  to  the  surface  of  the  body,  goes  tiioUt, 
tissues  lying  between  the  electrodes,  and  that  all  the  inteina  or^jOns  * 
be  thus  acted  on  by  the  current.  The  mathematic  demonstrations  of 


* Therapeutic  Gazette,  December  15th,  1893. 
f Times  and  Register,  January  271I1,  1S94. 
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Ifact  that  have  been  recently  made  by  Burchardt,  and  after  him  by  Ziems- 
ssen,  are,  however,  none  the  less  interesting.  Ziemssen’s  method  of  inves- 
Itigation  was  to  insert  two  platinum  needles  insulated  to  their  points  into 
Ithe  organ  to  be  experimented  on,  as  the  brain,  spinal  cord,  sympathetic, 
Hungs,  liver,  etc.,  and  connect  them  with  a delicate  Wiedmann’s  reflecting 
Igalvanometer,  while  the  electrodes  of  a galvanic  battery  of  from  i to  50' 
lelements  were  applied  externally,  in  such  a way  that  the  current,  in  pass- 
iing  from  one  to  the  other,  must  pass  through  the  place  where  the  points 
tof  the  needles  were  inserted.  These  experiments  were  performed  on  the 
tdead  subject,  and  on  animals,  living  and  dead.  Unpolarized  needles 
^were  used.  The  body,  or  part  to  be  examined,  was  isolated  on  wood  or 
Eglass.  By  these  means  he  easily  demonstrated  these  two  facts : 

1.  That  all  the  internal  parts  and  organs  of  the  body  can  be  traversed 
Iby  derived  currents  when  the  electrodes  connected  with  a galvanic  battery 
sare  properly  placed  on  the  skin. 

When  the  electrodes  are  placed  on  the  head,  derived  currents  pass 
I ithrough  the  brain.  When  the  electrodes  are  placed  on  the  spine,  derived 
I ^currents  pass  through  the  cord.  In  the  same  way  it  was  demonstrated 
! -that  the  sympathetic,  heart,  lungs,  liver,  spleen,  intestines,  and  bladder 
‘ mere  traversed  by  derived  currents  when  the  electrodes  were  applied  re- 
ispectively  to  the  neck,  thorax,  and  abdomen.  Similarly  also  the  nerve- 
Eplexuses  and  great  veins  were  showm  to  be  traversed  by  currents  when  ex- 
rtemal  applications  were  made. 

2.  The  derived  currents  were  usually  most  powerful,  that  is,  the  great- 
est quantity  of  electricity  passed  in  a direct  line,  between  the  electrodes. 

I When  the  ends  of  the  unpolarized  needles  were  removed  from  one  an- 
( lother,  near  the  central  line,  the  needles  showed  less  and  less  deflection, 

I jproving  that  the  derived  currents  were  weaker.  To  this  general  law  there 
I »are,  however,  exceptions.  The  current  which  contains  a very  large  per- 
I tcentage  of  water  conducts  electricity  better  than  other  neighboring  parts, 
seven  when  out  of  the  axis  of  the  curve. 

3-  The  derived  currents  can  be  sent  through  the  internal  parts  in  any 
direction,  and  increase  in  strength  with  increase  in  the  strength  of  the 
•principal  current. 

^ ^ hen  the  principal  current  is  reversed,  the  derived  currents  will  be 

tNreversed  also.  In  one  experiment,  on  the  dead  body  of  a young  man,  the 
lleectrodes  of  the  principal  current  were  placed  behind  the  ears.  Two- 
f • o es  were  made  in  the  parietal  bones,  in  the  track  between  the  electrodes, 
Hand  two  other  holes  were  made,  about  6 cm.  farther  forward,  and  about 
1 , each  other.  In  the  holes  made  through  the  bones  into  the 

b.  , '''^re  placed  the  unpolarized  needles  connected  with  the  reflecting 

^ g vanometer.  Two  needles  were  also  in  the  tubercula  quadrigemina. 

^ ^ above  observation,  which  may  be  regarded  as  a crucial  and  con- 
» ‘ cing  one,  these  three  points  are  distinctly  proved; 
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First,  That  the  current  passes  from  one  electrode  to  the  other  through 


bone  and  brain. 

Second,  That  most  of  the  derived  currents  take  the  direct  route  in  the 
axis  between  the  electrodes,  and  that  the  strength  of  the  derived  currents, 
the  conductivity  of  the  parts  being  the  same,  diminishes  in  proportion  to 


their  distance  from  the  axis. 

Third,  That  the  tubercula  quadrigemina,  by  virtue  of  their  fluid  struc- 
ture, conduct  electricity  better  than  the  after-parts  of  the  brain. 

Fourth,  That  the  strength  of  the  currents  sent  through  the  body  is  pro- 
portioned with  considerable  exactness  to  the  strength  of  the  current  em- 
ployed in  the  application. 

The  laws  of  conductivity  of  the  body,  as  here  demonstrated  in  the 
brain,  have  also  been  similarly  demonstrated  in  the  spinal  cord  and  in  all 

the  organs  of  the  thorax  and  abdomen. 

The  grand  conclusion  from  all  these  experiments,  and  from  clinical 
experience,  is  that  the  electro-conductivity  of  the  human  body  is  to  be  ex- 
plained, mainly,  by  the  ordinary  physical  laws  of  electro-conduction,  and 

only  to  a very  limited  extent  by  physiology. 

Physiology  and  pathology  may  come  in  to  modify,  to  a slight  extent, 
the  conductivity  of  the  body;  for,  as  we  have  seen,  individuals  differ  in 
their  conductivity.  Increase  in  the  quantity  of  blood  or  salts  in  the  body 
increases  the  conductivity,  and  diminution  of  blood  or  of  the  salts,  as 
takes  place  in  some  diseases,  diminishes  the  conductivity.  But  all  these 
varying  factors  have  caused  only  a very  slight  perturbation  of  the  physical 


laws  of  electro-conductivity. 

There  is  some  difference  in  the  conductivity  of  the  living  and  dead 
body  but  this  difference  can  mostly  be  explained  by  physical  principles. 
It  may  well  be  questioned  whether  the  principle  of  life,  whatever  that  may 
be,  exerts  any  very  important  influence  on  electro-conductivity.  Burchardt 
found  that  when  more  saline  solutions  were  injected  into  the  dead  body 
the  electro-conductivity  was  increased.  This  is  just  what  we  should  ex- 
pect on  physical  principles,  because  warm  saline  solutions  are  good  con- 
ductors of  electricity  in  the  body  or  out  of  it.  , j j 

According  to  Ranke,  living  muscle  conducts  much  worse  than  dead 
muscle,  the  proportion  being  as  100  to  56.  Living  muscle  conducts  iiS-' 
000,000  times,  and  dead  muscle  64,400,000  times  worse  than  copiteU 
Dead  muscle  conducts  better  than  living,  on  account  of  the  decomposi  1 
and  chemic  chanps  that  take  place  after  death,  and  especially  on  accoun 

of  the  accumulation  of  lactic  acid. 

Electro-Conductivity  Modified  by  Age  and  Tcmpcramcnt.-Yoyvc.g  V^oV 
offer  greater  resistance  than  old  people,  for  the  probable  reason  that 
tissues  of  the  old  contain  more  of  the  salts  than  those  of  the  young, 
hands  of  those  who  labor  with  muscle,  and  whose  epidermis  is  i 
thickened,  offer  greater  resistance  than  the  hands  of  those  who 
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brain  alone.  The  right  hand,  being  more  used  than  the  left,  has  a thicker 
epidermis,  and  therefore  presents  a greater  resistance. 

Different  individuals  of  the  same  age  and  condition  differ  in  their  con- 
ductivity in  a manner  that  cannot  be  fully  explained.  When  “ shocks”  of 
a battery,  or  faradic  machine,  or  Leyden  jar  are  sent  through  a number  of 
persons  in  a row,  some  will  feel  it  slightly,  others  strongly,  and  perhaps 
one  or  more  may  be  almost  if  not  quite  prostrated.  This  fact  may  explain 
some  of  the  freaks  of  lightning,  for  it  has  long  been  known  that  when  a 
number  of  persons  are  standing  near  together  some  may  be  struck  down 
and  others  unharmed.  Some  Indians  and  negroes,  it  is  said,  can  take  hold 
of  the  electric  eel  without  receiving  shocks. 

The  same  individual  may  conduct  differently  at  different  times.  As 
the  body  is  perpetually  changing,  as  it  varies  in  its  intimate  constitution, 
not  only  from  year  to  year,  but  from  day  to  day,  and  from  moment  to  mo- 
ment, it  is  easy  to  understand  why  it  should  vary  in  its  susceptibility  to 
electricity,  just  as  it  varies  in  its  susceptibility  to  the  articles  of  ordinary 
food,  to  stimulants  and  narcotics,  and  to  internal  medication. 


CHAPTER  XI. 


THE  EFFECT  OF  ELECTRICITY  ON  NUTRITION. 

It  is  not  a little  surprising  that  electricity  should  have  been  used  as  a 
therapeutic  agent  for  more  than  a century  before  it  began  to  be  recognized 
among  scientific  men  as  a powerful  means  of  aiding  nutrition.  When, 
after  a series  of  preliminary  experiments,  we  ascertained  that  electriza- 
tion was  a tonic  of  most  remarkable  efficacy;  that  its  permanent  tonic 
effects  were,  indeed,  far  more  valuable  than  its  primary  stimulating  effects, 
tlie  statement  was  received  by  many,  and  especially  by  those  accustomed 
to  and  familiar  with  other  electro-physiologic  and  electro-therapeutic  re-  , 
searches,  with  incredulity  and  surprise. 

The  attention  of  observers  has  been  so  exclusively  directed  to  the  pri- 
mary stimulating  effects  of  electricity  that  they  have  neglected  to  pursue 
the  subject  further,  and  to  study  its  permanent  effects  on  nutrition. 

The  effects  of  the  passage  of  electricity  through  the  body  are  of  a four- 
fold character: 

1.  Mechanic. 

2.  Physical. 

3.  Chemic. 

4.  Physiologic. 

Inasmuch  as  the  effect  of  electricity  on  nutrition  is  a resultant  of  all 
these  four  orders  of  effects,  it  is  necessary  to  speak  of  each  in  some  detail. 

The  mechanic,  physical,  and  chemic  effects  of  electricity  on  the  body 
are  similar  in  character  to  the  same  effects  of  electricity  on  any  substance 
whatever;  the  physiologic  effects  are  those  which  take  place  in  virtue  of 
the  vital  properties  of  the  tissues.  The  mechanic  effects  of  electricity  on 
the  body  are  most  markedly  appreciated  under  the  faradic  current.  Ih^ 
reason  is  clear  from  the  nature  of  the  faradic  current.  It  is  a current  of 
alternation,  of  to-and-fro  motion,  of  constant  closing  and  breaking.  When 
it  passes  through  the  body,  even  when  it  produces  no  muscular  conti  ac- 
tion, it  acts  very  much  in  the  same  way  as  gentle  tapping,  or  pounding,  or 
rubbing  on  the  tissues;  and  this  gives  passive  exercises  to  all  the  deeper 
lying  as  well  as  the  superficial  tissues.  We  may  believe  that  the  mole- 
cules of  the  tissues  are  agitated  by  the  passage  of  the  current,  as  the  pai- 
ticles  of  a bar  of  iron  are  moved  by  the  influence  of  magnetization,  01  ‘is 
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bodies  are  expanded  by  heat.  The  numerous  branch  currents  going  to 
and  fro  act  as  so  many  shuttlecocks,  keeping  every  atom  in  incessant  dis- 
turbance. That  the  simple  process  of  tapping  on  the  surface  of  the  body, 
by  means  of  the  vibrations  that  it  excites,  has  a positively  beneficial  effect 
in  certain  chronic  affections,  has  long  been  recognized.  It  is  reasonable 
to  suppose  that  this  beneficial  effect  is  in  part  due  to  the  increase  of  en- 
dosmotic  action. 

Physical  Effects. — The  physical  effects  of  the  passage  of  electricity 
through  the  body  are  heat,  and  the  modification  of  endosmose  and  exos- 
mose, and  the  transference  of  substances  from  one  pole  to  the  other. 

The  heat  excited  in  the  body  by  the  simple  passage  of  a weak  current 
that  causes  no  muscular  contraction,  is  small ; but  there  is  little  question 
that  heat  is  thus  excited,  although  it  is  difficult  or  impossible  to  measui'e 
it  by  the  thermometer.  The  main  arguments  in  favor  of  this  belief  are 
(i),  that  all  conductors  of  electricity  become  heated  more  or  less  in  pro- 
portion to  their  resistance — the  body  offers  great  resistance,  and  more  or 
less  of  the  electric  force  must  be  converted  into  heat;  and  (2),  powerful 
I currents,  either  galvanic  or  faradic,  even  when  not  used  so  as  to  excite 
muscular  contractions,  cause  increase  of  heat  in  the  track  of  its  passage, 
so  marked  as  to  be  easily  detected  by  the  touch.  No  thermometer  is  nec- 
essary to  show  that  in  electrolytic  operations,  where  strong  currents  are 
used,  the  tissues  near  the  needles,  and  between  them,  become  intensely 
heated,  so  that  to  rest  the  finger  on  them  almost  causes  pain.  This  fact 
w'e  have  demonstrated  over  and  over  again  in  various  parts  of  the  body. 
It  is  equally  clear  that  the  faradic  current,  even  when  not  very  powerful, 
raises  the  temperature  of  the  parts  through  which  it  passes.  The  sensa- 
tion of  the  patient  and  palpation  by  the  operator  demonstrate  this  beyond 
doubt.  Cold  extremities  are  warmed  sensibly  and  quite  rapidly  by  fara- 
dization or  galvanization,  even  when  no  sensible  muscular  contractions 
are  produced  by  the  current.  Schiff  declares,  as  a result  of  his  observa- 
tions, that  a nerve  is  warmed  by  an  almost  momentary  passage  of  the  cur- 
rent. 

A second  important  physical  effect  of  the  passage  of  an  electric  cur- 
rent through  the  body  is  the  transference  of  substances  from  one  pole  to 
the  other.  This  physical  effect  of  the  current  has  long  been  recognized. 
In  the  electric  light,  for  example,  the  particles  of  carbon  go  from  the  posi- 
tive to  the  negative  pole,  and  to  so  marked  a degree  that  the  positive  car- 
bon is  quite  rapidly  worn  away.  A very  remarkable  illustration  of  this 
transference  of  matter  in  the  track  of  electricity  sometimes  occurs  in  light- 
ning stroke.  Trustworthy  cases  are  reported  of  individuals  who  have  been 
ound  struck  dead  by  lightning,  and  bearing  on  their  bodies  distinct  im- 
ages or  impressions  of  some  object,  as  a tree  or  house,  near  which  they 
stood  when  they  fell. 

In  1864,  at  Nibelle,  in  France,  three  men  who  were  gathering  pears 
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were  struck  by  lightning.  One  was  killed  at  once.  The  others  were 
thrown  to  the  ground  unconscious,  and  one  of  these,  when  taken  home, 
was  found  to  have  on  his  breast  a “ distinct  daguerrotype  of  the  tree.” 

In  i86o  a woman  of  Sisonne,  in  France,  who  was  struck  by  lightning, 
carried  on  her  back  a complete  image  of  a tree — trunk,  branches,  and 
leaves— that  was  near  the  place  where  she  fell.  A similar  case  is  record- 
ed by  Franklin.* 

The  explanation  of  all  these  cases  is  the  same.  The  particles  of  the 
tree,  reduced  to  great  fineness  by  the  electricity,  are  mechanically  trans- 
ported and  burned  in  the  skin.  The  process  is  therefore  not  chemic,  but 
mechanic  and  thermic. 

Bodies  have  been  literally  tattooed  in  this  way.  Transference  of 
substances  is  a part  and  result  of  the  electrolysis  in  organic  substances 
already  described,  and  also  of  the  electrolysis  of  organic  bodies  to  be 
hereafter  described. 

The  electric  currents  also  exercise  a positive  and  very  interesting  influ- 
ence over  endosmose.  By  the  passage  of  a galvanic  current  the  endos- 
motic  phenomena  may  be  both  stimulated  or  reversed.  This  is  shown  in 
the  following  experiment  of  Dutrochet:  A tube  containing  gum-water  is 
closed  at  one  of  its  ends  by  animal  membrane  and  dipped  in  a vessel  con- 
taining common  water.  By  the  ordinary  operation  of  the  laws  of  endos- 
mosis  the  gum-water  rises  in  the  tube  on  account  of  the  entrance  of  some 
of  the  ordinary  water  through  the  membrane  into  the  tube.  But  if  the 
positive  pole  of  a galvanic  battery  be  placed  in  die  common  water,  and 
the  negative  pole  in  the  gum-water,  the  endosmotic  action  is  stimulate 
to  such  a marked  degree  tliat  the  level  of  the  gum-water  rises  with  much 
greater  rapidity;  if  we  reverse  the  pole  the  level  of  the  gum-water  in  the 
tube  sinks  instead  of  rises.  The  faradic  current  from  the  secondary  coil 
produces  no  such  effect.  The  current  from  the  inner  coil-the  extra  cur- 
rent so  called— produces  these  effects  to  a less  degree.  It  is  pretty  clear, 
therefore,  that  these  phenomena  depend  on  the  chemic  and  not  on  the 


mechanic  power  of  the  current. 

Electric  Endosmosis  is  Injluenced  by  Strength  of  Current  and  Resistance 
of  Circuit.-\X  is  found  that  the  quantity  which  rises  is  in  exact  proportion 
to  the  strength  of  the  current,  and  to  the  extent  of  the  porous  surface, 
has  been  found  that  the  greater  the  resistance  of  the  liquid  to  electroly  , 

the  more  it  yields  to  this  endosmotic  action. 

The  above  phenomena  have  been  demonstrated  at  different  tunes,  and 

by  a variety  of  observers.  ^fiiprs 

Besides  the  physical  effects  above  described,  there  may  be  n^^^y  other ^ 

that  we  cannot  at  present  recognize  or  appreciate,  but  wiici  may 
vealed  by  the  spectroscope  and  other  means  of  refined  researc  i. 

» “ Death  by  Lightning,”  by  M.  Dr.  Fedet  (Clermont  Ferrand),  Gazette  des  Ho  • 
taux,  June  8th-ioth,  1872,  translated  in  The  Clinic,  July  6th,  1872. 
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After- Physical  Effects  of  the  Currents. — It  has  been  observed  that  plati- 
num wires  are  contracted  by  the  passage  of  electric  currents  through 
th.em.  and  that  copper  wires  that  are  used  for  conducting  electricity  be- 
come brittle  thereby.  The  differential  action  of  the  faradic  and  galvanic 
currents  in  this  respect  is  quite  interesting,  for,  according  to  Ruhmkorff, 
the  copper  wires  that  conduct  faradic  currents  break  more  speedily  and 
more  frequently  than  those  which  conduct  galvanic  currents. 

This  physical  fact  is  very  suggestive  of  what  may  be  facts  in  physiol- 
ogy and  pathology.  We  have  already  seen  that  magnetization  has  physi- 
cal effects  of  a most  decided  character.  We  have  seen  that  it  causes 


sounds  to  proceed  from  the  body  magnetized ; that  the  body  magnetized 
i also  becomes  elongated;  and  that  this  elongation  is  probably  due  to  the 
fact  that  the  particles  arrange  themselves,  during  magnetization,  length- 
I wise  in  the  direction  of  the  bar.  It  is  not  improbable  that  the  human 
I body  in  health  and  in  disease  may  also  be  changed  by  the  action  of  the 
'(  currents  in  a manner  that  we  do  not  yet  comprehend,  and  that  such  physi- 
i<  cal  or  physiologic  changes  may  account  for  some  of  the  therapeutic  effects 
I of  electrization.  This  probability  applies  especially  to  the  after-effects  of 
ii-electric  treatment,  effects  that  are  noticed  not  while  the  applications  are 
il  being  made,  or  during  the  course  of  the  treatment,  but  weeks  and  months 
l^after  the  treatment  is  discontinued.  On  this  subject  we  shall  speak  in 
cimore  detail  in  the  section  on  Electro-Therapeutics. 

Chet7iic  Effects.— The  chemic  effects  of  the  current  are  mainly  of  an 
-gelectrolytic  character.  They  consist  of  an  electro-chemic  composition  of 
I '--the  fluids  of  which  the  body  is  composed.  The  general  laws  and  phenoin 
sena  o electrolysis  in  its  relation  to  inorganic  substances  have  already 
Lbeen  set  forth  in  the  chapter  on  that  subject  in  Electro-Physics  It  re- 
rroams  for  us  here  to  speak  of  electrolysis,  in  its  relation  to  organic  life 
FAt  the  outset  we  may  remark  that  there  is  no  evidence  that  organization 
th  ^f^‘o«sly  modifies  electro-chemic  decomposition.  The  fluids  of 
the  body  decompose  under  the  influence  of  the  current,  just  as  the  same 

Sr  n r decompose  if  not  endowed  with 

ihe  results  ofTh^'  T ^ electrolysis  of  the  dead  body  are  different  from 

fchan'ef  Lt  f L r because  of  thechemic 

g that  take  place  in  the  body  after  life  has  departed 

stances"  manv"  f°^^teen  different  chemic  sub- 

«:urren  ’ aTd  I h '''  decomposing  under  the 

^Ss  and  L " ^°-binations  are  capable  of  many  decom- 

^stTlted  secondary  results  that  cannot  well  be 

lOearlnL^ornv^  electrolysis  of  inorganic  substances,  the  ap- 

at  the  positive  pole,  and  hydrogen  and  al- 
oofly. The  greaT  law  ^ electrolysis  of  the  living 

y Ihe  great  law  arrived  at  by  Faraday,  that  in  electrolysis  sub 
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stances  are  decomposed  in  equivalent  proportions  (see  Electro-Physics), 
also  finds  no  exception  or  interference  in  organic  structures^ 

Some  of  the  Phenomena  of  Electrolysis  of  Living  and  Dead  Itssues.- 
In  order  to  determine  the  electrolytic  effect  of  the  current  on  organic  sun- 
stances  we  have  made  a wide  variety  of  experiments  on  both  living  and 
dead  tissues  fluid  and  solid,  in  a normal  as  well  as  pathologic  condition, 
on  animals  and  men.  We  have  tried  the  galvanic  current  on  the  voluntary 
and  involuntary  muscles;  on  the  mucous  and  serous  membranes;  on  brain, 
spinal  and  nerve  matter;  on  the  lungs,  the  heart,  the  liver,  spleen,  stom- 
ach intestines,  bladder,  uterus;  on  the  saliva  and  the  urine;  on  the  carti- 
lage and  on  bones.  The  general  conclusions  at  which  we  have  arrived 

from  these  experiments  are  these . 

I.  All  Uiese  animal  tissues,  living  or  dead,  decompose,  so  far  as  can 
be  seen  like  inorganic  substances,  and  by  uniform  laws. 

'I’he  fact  most  patent  to  superficial  observation  is  that  the  rapi  1 y 
of  the  electrolysis  depends  more  on  the  amount  of  fluid  in  the  tissues  than 

on  all  other  factors  combined.  . 

7 The  great  difference  in  the  effects  of  electrolysis  on  organic  and  11  - 
organic  substances  is  seen  after  the  current  has  ceased  to  act._  n tl^ 
electrolysis  o£  most  inorganic  substances-such  for 
potassium,  acetate  of  lead,  chloride  of  sodium,  and  so  foith-the  effe 

cease  as  soon  as  the  current  ceases;  the  substances  remain  m the  condi- 
tion that  the  current  left  them.  The  electrolysis  of  organic  substances 
starts  a process  that  continues  long  after  the  current  ceases  to  flow._ 

Electrolysis  of  the  White  of  an  Egg.-m-ver.  the  white  of  an  egg  is  elec^ 
trolled  by  copper  needles  or  wire,  white  flakes  rapidly  form  around  the 

needle  connected  with  the  negative  pole,  coveiing 
covers  a bobbin  of  a loom.  This  white  covering  soon  b^^omes  deta 
from  the  needle  if  the  current  is  tolerably  strong,  and  floats  on  the  s 
face  of  the  albumen,  and  then  another  similar  envelope  is  formed 
needk  In  a little  time  the  surface  of  the  albumen  becomes  covered  vuth 
white,  slight  masses,  resembling  what  are  ^nown  on  our  tables 

ino-  islands.”  These  formations  are  not  coagula,  as  g ,^_rsof 

bul  are  simply  composed  of  >'yd™gea  g-  e-elop^^^^^^  ISrolytic  Ition. 

dbtendon  is  closed  by  common  air  en«b,rcd  -ter  and  a bumem 
Besides  these  cltanges  the  — io,;  is  due  partly 

aX"  ure  ilbumen  on  the  coppy 

Although,  as  has  been  said,  platinum  wires  ^ P 
into  the  substance  are  best  for  these  or  darn- 

on,  and  exhibit  the  changes  in  their  puiity,  ^ ^ ^ „find 

ing  needle,  or  copper  wire,  will  answer;  but  it  should  be  boine 
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that  the  action  of  the  substances  on  these  will  complicate  the  observation, 
and  that  they  will  in  a short  time  become  destroyed  by  oxidation. 

JilectKolysis  of  Fresh  Milk. — When  fresh  cow’s  milk  is  electrolyzed  with 
platinum  needles  an  odor  of  chlorine  is  distinctly  perceived,  due  to  de- 
composition of  the  chloride  of  sodium,  and  little  islands  of  foam  appear 
on  the  surface.  This  foam,  on  being  broken  up,  gives  forth  an  odor  of 
chlorine,  and  disappears,  showing  that  it  is  not  coagulated  albumen,  but 
simply  chlorine  gas  and  albuminous  envelopes. 

Electrolysis  of  the  Aqueoics  a?id  Vitreous  Humors  of  the  Eye. — When  plat- 
inum needles  connected  with  a galvanic  current  are  inserted  into  the  aque- 
ous and  vitreous  humors  of  the  eye  of  a dead  or  dying  rabbit,  rapid  elec- 
trolysis takes  place  at  both  poles,  with  evolution  of  gases  in  albuminous 
envelopes.  A cloud  resembling  cataract  is  speedily  formed  over  the  pu- 
pil, and  in  a few  moments,  if  the  current  be  of  medium  strength,  the  cov- 
ering of  the  eye  will  be  ruptured,  with  a violent  escape  of  albumen-envel- 
oped gases.  This  process,  which  we  have  frequently  studied  in  the  eyes 
of  rabbits  and  dogs,  is  similar  to  that  which  takes  place  in  the  electrolysis 
of  hydrocele  and  of  certain  cystic  tumors. 

Electrolysis  of  Beef— It  is  possible  to  gain  a measurably  correct  id.ea 
of  what  changes  take  place  during  and  after  electrolysis  of  the  living 
body,  in  health  or  disease,  by  studying  the  phenomena  that  appear  during 
electrolysis  of  dead  tissue.  If  a piece  of  beefsteak,  for  example,  be  sub- 
jected to  the  action  of  the  galvanic  current  by  needles  connected  with  the 
positive  and  negative  poles,  a process  somewhat  resembling  frying  can  be 
distinctly  seen  and  heard  and  felt;  more  specifically,  bubbles  of  hydrogen 
appear  at  the  negative  pole,  and  a kind  of  hissing  sound  is  heard,  even 
when  the  ear  is  at  some  little  distance,  and  a positive  sensation  of  heat  is 
felt  when  the  finger  is  pressed  over  the  part  that  is  being  electrolyzed. 
Under  the  microscope  this  process  can  be  more  closely  studied.  Chemic 
examination  shows  that  oxygen,  acids,  and  albumen  go  to  the  positive 
pole,  while  hydrogen,  alkalies,  and  coloring  matter  go  to  the  negative,  and 
the  action  at  the  negative  pole  is  much  greater  than  at  the  positive.  Un- 
der this  process  the  beef  becomes  gradually  dried  and  changed  in  color, 
owing  to  the  disappearance  of  the  watery  constituents  and  the  other  elec- 
trolytic action ; and,  in  proportion  as  the  beef  grows  drier  and  the  fibres 
begin  to  lose  their  adherence  and  fall  apart,  the  electrolytic  process  be- 
comes less  and  less  active,  because  there  is  less  fluid  on  which  to  act. 

For  some  hours  after  the  needles  are  removed,  the  process  of  drying 
and  disintegration  and  decoloration  goes  on,  until  the  portion  that  lies  be- 
tween and  near  the  poles  shrivels,  contracts,  and  crumbles,  until  it  resem- 
bles the  burnt  comers  of  a piece  of  roast  beef. 

Electrolysis  of  Emits  and  Vegetables. — We  have  experimented  on  a va- 
riety of  fruits  and  vegetables — as  oranges,  lemons,  apples,  pears,  peaches, 
potatoes,  turnips,  etc.  The  effects  of  the  electrolytic  action,  as  they  ap- 
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pear  to  the  eye  and  the  ear,  though  consistent  with  the  great  general  laws 
of  electrolysis  of  inorganic  substances,  yet  are  more  or  less  modified  by 
the  varieties  of  structure.  When  a sound  apple  is  electrolyzed,  the  part 
around  the  negative  needle  changes  in  color  and  looks  as  though  it  had 
been  bruised  and  was  beginning  to  decay,  and  the  needle  soon  becomes 
loosened  and  will  easily  fall  out.  The  process  of  drjdng  and  decoloration 
goes  on  after  the  operation  is  discontinued.  In  fruits  and  vegetables  the 
electrolytic  changes  that  take  place  are  largely  due  to  the  electrolyzation 
of  water,  which  is  aided  by  the  acids  that  they  contain. 

When  muscles  have  been  separated  from  the  body  and  submitted  for 
several  days  to  the  action  of  a strong  galvanic  current,  there  have  been 
found  at  the  positive  pole  sulphuric,  phosphoric,  hydrochloric,  and 
azotic  acids,  and  at  the  negative  pole  alkalies — as  soda,  potassa,  and 
ammonia. 

Legros  and  Onimus  have  shown  that  when  an  alkali,  as  carbonate  of 
soda,  is  placed  at  the  positive  pole  in  electrolysis  of  the  human  body,  and 
an  acid — as  tartaric  acid — at  the  negative  pole,  the  usual  eschars  have  not 
been  formed.  This  would  seem  to  indicate  that  the  cauterization  in  elec* 
trolysis  is  due  in  part  to  the  acids  and  alkalies  that  result  from  the  decom- 
position. 

Tills  cauterizing  action  is  not  solely  due  to  the  acids  and  alkalies,  for, 
when  other  acids  and  alkalies  are  applied  to  the  body,  eschars  of  the  same 
degree  are  not  obtained.  The  current  penetrates  and  pervades  the  tissues 
and  induces  various  changes  beyond  and  beneath  the  eschar,  which  changes 
continue  long  after  the  current  is  broken. 

The  phenomena  above  described  all  occur  under  the  galvanic  current, 

and  with  needles  as  electrodes. 

The  current  from  the  primary  coil  of  the  faradic  machines  has  some 
electrolytic  power,  and  even  the  current  from  the  secondary  and  tertiary 
coils  is  not  without  some  chemic  effect.  It  is  not  necessary  to  use  nee 
dies  or  pointed  electrodes  of  any  kind  in  order  to  produce  electrolysis; 
but  wdth  a sufficient  strength  of  current  the  phenomena  may  be  produced 
by  large,  flat,  metallic  surfaces.  There  is  more  or  less  electrolysis  in  a 
the  ordinary  applications  of  electricity  to  the  body,  whether  made  with 
metals  or  sponges,  small  or  large. 

Physiologic  Effects. — The  physiologic  effects  of  electricity,  propei  y s 
called,  are  those  which  take  place  by  virtue  of  the  vital  properties  of  tie 
body.  The  other  effects  above  described— mechanic,  physical,  and  cheinic 
—are  not  peculiar  to  living  bodies;  they  are  observed  on  the  dead  as  we 
as  the  living,  on  inorganic  as  well  as  organic  substances,  althoug  i 
are,  as  we  have  seen,  more  or  less  modified  by  vitality.  But  the  pi) 
logic  effects  of  which  we  are  here  to  speak  are  peculiar  to  ’ 

they  cease  when  life  ceases,  for  they  are  mainly  the  modification 
vital  processes  by  electricity. 
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There  are  in  general  four  ways  in  which  electricity  applied  to  the  tis- 
sues modifies  their  physiologic  functions: 

1.  It  may  increase  them. 

2.  It  may  diminish  them. 

3.  It  may  arrest  them. 

4.  It  may  modify  their  quality. 

Some  of  the  more  important  illustrations  of  their  effects  have  been  al- 
ready discussed. 

We  have  seen  that  electricity,  according  to  the  kind  that  is  employed, 
and  according  to  the  method  and  strength  and  length  of  the  application, 
causes  various  phenomena  on  the  skin,  contracts  voluntary  and  involuntary 
muscles  when  applied  either  to  the  muscles  themselves  or  to  the  nerves 
that  supply  them,  and  increases  the  process  of  oxidation,  and  raises  the 
temperature,  excites  the  nerves  of  common  and  special  sense  so  as  to  cause 
pain,  flashes  before  the  eyes,  noises  in  the  ears,  and  a peculiar  taste  and 
odor.  When  applied  to  the  pneumogastric  it  increases,  diminishes,  or  ar- 
rests the  action  of  the  heart. 

It  remains  here  to  speak  of  the  following  physiologic  effects  of  elec- 
tricity : 


1.  On  the  circulation. 

2.  On  secretion  and  excretion. 

3.  On  absorption. 

The  effect  of  electricity  on  the  circulation  is  somewhat  complex.  It 
includes  the  effect  on  the  heart  and  on  the  unstriped  muscular  fibres  of  the 
arteries,  as  well  as  on  the  central  and  peripheral  nervous  system  in  gen- 
eral, since  the  flow  of  blood  in  the  arteries,  veins,  and  capillaries  is  influ- 
enced by  the  quality  and  quantity  of  innervation  that  they  receive.  We 
have  to  speak  merely  of  the  direct  effect  of  electricity  on  the  capillary  cir- 
culation. It  has  been  shown  already  that  electrization  of  the  cervical 
sympathetic  may  have  the  directly  opposite  effect  of  contracting  or  dilat- 
ing the  vessels  of  the  retina.  That  the  same  opposite  effects  may  follow 
electrization  of  any  part  or  organ,  depending  on  the  temperament  of  the 
patient,  the  quality  of  current,  and  the  length  and  strength  of  the  applica- 
tion, is  also  demonstrable.  One  effect  is  constant  under  all  conditions, 
and  that  is,  that  the  circulation  is  modified  in  one  or  the  other,  or  in  both 
ways.  The  average  ultimate  effect  is  to  increase  the  flow  of  blood,  raise 
the  temperature,  and  dilate  the  veins.  Dilatation  of  the  veins,  after  pro- 
longed electrization,  is  a phenomenon  that  can  be  demonstrated  with  ease 
on  any  part  of  the  body  where  the  veins  are  prominent.  The  back  of  the 
hand  is  the  best  place  to  study  this  phenomenon,  and  faradization  illus- 
trates it  most  distinctly. 

This  enlargement  of  the  veins  is  accompanied  by  a rise  in  temperature, 
and  especially  if  the  muscles  have  been  brought  into  vigorous  contraction, 
that  is  not  only  indicated  by  the  thermometer,  but  is  appreciated  by  the 


ELECTRO-PHYSIOLOGY. 


1 66 


subject.  Under  general  faradization  the  hands  and  feet  become  warmei  . 
during  the  sitting,  and  may  remain  warmer  for  hours.  Central  galvani-  ^ 
zation,  or  galvanization  of  the  cervical  sympathetic,  also  warms  the 

periphery.  f j 

On  Secretion  and  Excretion. — The  secreting  power  of  the  secreting  or-  , 
gans  of  the  body  is  very  markedly  influenced  by  electrization.*  The  usual  ;; 
effect  is  to  increase  their  activity;  but  when  very  mild  currents  are  used, 
such  effect  is  not  always  observed,  and  it  is  probable,  from  our  experi-  E 
ments,  that  very  strong  currents  may  produce  a reverse  effect. 

On  the  lachrymal  glands  the  action  of  the  current  is  not  so  easily  '■ 
shown,  because  strong  currents  are  not  well  borne  on  the  face  or  head,  and  ; 
the  glands  themselves  are  not  directly  accessible.  It  is  difficult  to  decide  : 
whether  the  flow  of  tears  that  accompanies  strong  electrization  of  the  face  / 
is  the  result  of  the  mechanic  irritation  or  the  physiologic  action  of  the  . 
current  on  the  lachrymal  glands  or  the  nerves  that  supply  them. 

The  secretion  in  mucous  membranes  is  quickly  increased  by  electriza- 
tion,  as  can  be  demonstrated  most  easily  on  the  Schneiderian  membrane 
by  means  of  metallic  electrodes  introduced  in  the  nasal  passages.  This 
fact  becomes  of  practical  importance  in  the  treatment  of  the  so-called  dry 
catarrh,”  and  also  in  exhausting  diseases  associated  with  dryness  of  the 
mucous  membranes. 

On  the  salivary  secretion  the  effect  of  the  current  is  very  easy  of  dem- 
onstration. That  application  of  the  current,  both  galvanic  and  faradic, 
can  increase  the  secretion  of  the  salivary  glands,  is  very  easily  demon- 
strated. We  have  shown  this  at  various  times  during  the  past  five  years, 
galvanizing  or  faradizing  the  tragus  of  the  ear,  with  either  pole,  or  against 
the  membrana  tympani.  This  effect  is  due  to  the  excitation  of  the  chorda 
tympani  nerve,  some  of  the  fibres  of  which  go  to  the  submaxillary  ganglia. 
This  increase  of  saliva  is  sometimes  so  great  that,  while  the  curient  is 


flowing,  continual  swallowing  is  necessary.  ^ 

In  sensitive  persons  the  same  effect  follows,  by  reflex  action,  e ec  riza- 
tion  in  almost  any  part  of  the  neck  or  face.  In  certain  pathologic  cases 

as  Addison’s  disease,  we  have  found  the  annoying  dryness  of  he  moutn 

greatly  relieved  by  electrization,  and  in  pathologic  cases  o le 

character,  as  in  diabetes,  when  the  salivary  secretion  may  be  grea  J - 
minished,  we  have  found  central  galvanization  to  increase  the  secretio 


quite  rapidly.  . , r 

On  the  biliary  secretion  the  action  of  the  current  is  less  easy  o 
matic  demonstration.  The  results  of  external  electrization  in 
cases  seem  to  prove  that  the  quantity  of  the  bile  may  e 


* “ Ueber  die  Verwendung  des  galvaneschen  Stromes 
und  Exkrete.”  Winkler  (F.)  und  J.  Fischer,  Centralbl. 


zur  Untersuchung  der  S^hrete 
f.  klin.  Med.,  Leipzig. 
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Whether  this  increase  is  due  to  the  action  of  the  current  on  the  substance 
of  the  liver,  or  the  nerves  that  supply  it,  we  are  not  able  to  state. ^ 

The  secretion  of  gastric  juice,  and  of  the  intestinal  fluid,  is  in  all 
probability  increased  by  external  electrization.  Analogy  would  show 
these  fluids  ought  to  be  secreted  in  greater  abundance  under  the  influence 
of  the  current,  and  the  results  of  treatment  in  pathologic  cases  give  this 
probability  something  of  the  force  of  certainty.  Appetite  is  sharpened, 
digestion  is  quickened,  and  constipation  relieved,  both  by  local  and  by 
general  electric  treatment,  so  rapidly  and  so  decidedly  as  to  make  it  pretty 
evident  that  the  gastric  and  intestinal  fluids  are  made  to  secrete  more  lib- 
erally by  the  action  of  the  current  on  the  nerves  that  supply  these  organs 
than  on  the  tissues  of  the  organs  themselves. 

An  excellent  means  of  studying  the  variations  in  the  nutrition  is  found 
in  the  elimination  of  the  urine.  This  is  believed  to  be  a result  of  oxida- 
tion processes  that  may  take  place  either  in  the  kidneys  or  in  the  tissues, 
or  in  both. 

Legros  and  Onimus  have  studied  the  effects  of  electrization  of  the  spine 
on  the  elimination  of  urine. 

Their  conclusions,  derived  from  more  than  250  analyses,  made  on 
the  urine  of  rabbits  and  of  themselves,  are  these : 

1.  Interrupted  currents  diminish  the  quantity  of  urine  and  of  azote. 

2.  Centrifugal  galvanic  currents  increase  the  quantity  of  the  urine  and 
diminish  that  of  the  urea. 

3.  That  continuous  centripetal  currents  increase  the  quantity  of  urea 
without  increasing  the  quantity  of  urine. 

On  the  urinary  secretion  the  effect  of  electrization  can  be  demonstrated 
in  pathologic  cases  without  difficulty.  In  cases  of  diabetes  insipidus  and 
mellitus,  local  and  general  treatment  may  cause  great  diminution  in  the 
discharge,  while  in  dropsy  and  in  rheumatism  we  have  known  the  kidneys 
to  be  stimulated  as  much  as  by  powerful  diuretics. 

On  the  average  man  in  health  there  is  considerable  difficulty  in  esti- 
mating a moderate  increase  of  the  urinary  secretion  under  electrization, 
for  the  sufficiently  apparent  reason  that  the  quantity  of  urine  varies  with 
so  many  conditions  of  food,  drink,  and  exercise,  and  so  forth.  Unless  the 
effect  of  electrization  on  the  kidneys  were  immediate  and  decided,  it  would 
be  difficult  to  differentiate  between  its  effects  and  the  effects  of  the  other 
important  and  varying  factors. 

The  influence  of  the  general  application  of  electricity,  whether  by  the 
galvanic,  faradic,  or  static  forms,  on  the  excretion  of  both  urea  and  uric 
acid  are  most  interesting  and  important.  Our  experiments  have  shown 
that  in  a number  of  pathologic  cases,  while  treatment  decreased  the  uric 
acid,  it  greatly  increased  the  excretion  of  urea. 

On  the  menstrual  secretion  electricity  acts  with  remarkable  power. 
Both  currents,  applied  externally  and  internally,  centrally  or  generally,  in 
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physiologic  as  well  as  pathologic  cases,  affect  the  quantity  of  menstrual 
secretion  rapidly,  and  sometimes  permanently.  The  effects  are  sometimes 
immediate,  taking  place  during  or  directly  after  the  application.  The 
number  of  days  that  the  menses  appear  are  sometimes  increased,  and  en- 
tire suppression  is  slowly  or  speedily  cured. 

In  pathologic  cases,  where  there  is  an  excess  of  menstrual  flow,  elec- 
trization corrects  and  diminishes  it.  These  apparent  and  interesting 
effects  of  electricity  on  the  menstrual  secretion  may  take  place  through  the 
direct  action  of  the  current  on  the  ovaries  and  the  uterus,  or  indirectly 
through  the  brain,  sympathetic,  and  spinal  cord,  and  the  nerves  that  supply 
the  pelvic  organs.  They  may  take  place  through  reflex  action  from  elec- 
trization of  the  feet  or  hands,  or  other  and  distant  parts  of  the  body. 
Franklinic  electricity  also  produces  these  effects. 

The  whole  subject  is  of  immense  practical  importance,  as  will  be  seen 
in  the  chapter  devoted  to  Diseases  of  Women. 

On  the  lacteal  secretion  electricity,  especially  the  faradic  current,  acts 
with  decided  though  varying  power.  It  has  never  been  known  to  dimin- 
ish it,  while  it  sometimes  increases  it,  and  it  may  restore  it  after  it  has 
been  temporarily  suppressed.  This  physiologic  fact  has  a practical  sig- 
nificance that  will  appear  in  the  chapter  devoted  to  Midwifery. 

Similarly  abso  the  secretion  of  the  spermatic  fluid  is  increased  by  gal- 
vanization or  faradization.  A mathematic  test  of  the  power  of  electriza- 
tion to  increase  the  secretion  of  the  testicles  cannot,  for  obvious  reasons, 
be  obtained;  but  the  statements  of  individuals  on  whom  the  experiment 
was  tried  seem  to  establish  this  point.  The  applications  may  be  made 
not  only  through  the  testicles,  but  through  the  perineum  and  over  the 
spine.  The  results  are  not  invariable,  but  are  obtained  in  a sufficient 
number  of  cases  to  make  it  fair  to  regard  such  effect  as  a law  of  electro- 
physiology. 

'I'he  secretion  of  the  sweat  glands  is  also  increased  by  powerful  gal- 
vanization of  the  central  nervous  system,  and  especially  of  the  cervical 
spine  and  sympathetic.  In  very  susceptible  patients  either  galvanization 
or  faradization  of  the  head,  neck,  or  spine,  and  strong  electrization  of  al- 
most any  part  of  the  body,  will  cause  sensible  perspiration.  We  have 
seen  individuals  whom  a few  minutes  of  general  faradization  with  feeble 
currents  brought  out  large  drops  of  sweat  on  the  forehead,  and  made  the 
hands  as  moist  as  though  they  had  been  dipped  in  water. 

On  Absorption. — The  action  of  electricity  on  the  absorbents  is  best 
studied  in  pathologic  cases,  such  as  hypertrophies,  effusions,  and  morbid 
growths. 

In  thickening  of  the  skin  that  appears  in  some  cutaneous  affections,  in 
corneal  opacities,  in  enlarged  joints,  in  pleuritic  effusions,  in  hydrocele, 
in  dropsy  of  various  parts,  in  passive  oedema,  and  in  enlarged  glands,  in 
tumors  of  nearly  every  variety,  can  be  demonstrated  the  power  of  electric- 
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ity  to  produce  absorption.  Reasoning  backward  from  pathology  to  physi- 
ology, we  justly  infer  that  the  same  effect  takes  place,  more  or  less,  in  all 
applications  of  electricity  to  the  body,  but  that  the  degree  of  it  is  modified 
by  the  condition  of  the  part  to  which  the  application  is  made.  The  effect 
on  secretion  is  apparent  at  once  to  the  eye  or  the  sensation ; the  effect  of 
absorption  is  apparent  only  to  the  eye,  and  then  only  when  there  is  a visi- 
ble excess  of  fluid  or  solid  in  the  part  to  which  the  application  is  made. 
This  part  of  our  subject  will  be  practically  illustrated  in  various  chapters 
both  in  Medical  and  Surgical  Electricity. 

Effects  of  Electricity  Produced  by  Reflex  as  well  as  by  Direct  Action. 

The  reflex  effects  of  electricity  seem  not  to  have  been  fully  recognized  by 
electro-therapeutists.  There  is  considerable  difficulty  in  ascertaining  the 
precise  reflex  effects  of  electricity  on  animals.  The  effects  as  they  show 
themselves  on  man  are  largely  sensory,  not  motor;  the  stimulation  of 
the  circulation  of  absorption  and  of  secretion  that  might  and  probably 
does  take  place,  reflexly  as  well  as  directly,  is  too  minute  to  be  readily 
observed.  We  are  justified  in  believing  that  electricity  acts  in  absorp- 
tion, secretion,  and  exertion  by  reflex  as  well  as  by  direct  action,  from  the 
fact  that  in  irritable  constitutions  sensory  effects  on  the  sensation  and  on 
circulation,  of  a marked  character,  are  produced  by  electric  irritation. 
Thus,  for  example,  when  the  hands  or  the  feet  are  traversed  by  strong  cur- 
rents, either  continuously  or  in  sudden  shocks,  pain  or  disagreeable  sen- 
sations may  be  felt  in  the  hands  and  feet,  of  the  opposite  side,  or  in  the 
back,  or  stomach,  or  side.  These  reflex  effects  are  not  constant,  and  when 
we  look  for  them  we  may  not  find  them.  They  can  be  best  studied  in  per- 
sons who  are  susceptible  to  electricity,  and  whose  spinal  cords  are  weak 
and  irritable.  In  some  pathologic  cases  also,  such  as  chronic  myelitis  of 
the  anterior  column  (anterior  spinal  sclerosis),  the  reflex  action  nf  pIpp. 


On  the  circulation  the  reflex  effects  of  electrizati 


electrization  are  demonstrable 
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bv  delicate  apparatus  for  testing  temperature.  It  has  been  shown  by  ex- 
pLiments  that  electrization  of  one  hand  affects  the  circulation  in  the 
hand  of  the  other  side,  so  as  to  change  its  temperature  under  the  thermo- 
electric pile. 

Powerful  electrization  of  feeble  persons  may  cause  a general  chilliness 
of  the  extremities  that  may  last  for  hours.  A sensation  of  having  caught 
cold  has  been  known  to  follow  strong  peripheral  faradization. 

Whether  the  action  of  the  current  on  the  retina  and  on  the  auditory 
and  gustatory  nerve  is  direct  or  reflex  has  been  long  disputed.  Our  re- 
searches induced  us  to  the  belief  that  electricity  acts  on  the  nerves  of 
special  sense  both  reflexly  and  directly.  That  the  gustatory  nerve  can  be 
treated  by  reflex  action,  we  have  shown  in  a variety  of  experiments  with 
both  currents.  Sensitive  patients  appreciate  the  sour  or  metallic  taste 
when  the  application  is  made  to  the  lower  part  of  the  spine  or  to  the  arms. 
Similarly  flashes  before  the  eyes  may  be  produced  when  the  electrodes 
are  so  placed  that  the  current  cannot  traverse  directly  the  region  of  tie 
iir-iin  where  the  optic  nerve  takes  its  origin.  Excitation  of  the  auditory 
nerve  by  reflex  action  is  not  so  easily  demonstrated,  but  tinnitus  auriuni 
sometimes  follows  electrization  of  the  siflne  and  neck,  and  it  is  not  unfair 

to  infer  that  it  is  the  result  of  reflex  excitation.  * • i 

In  thus  admitting  the  possibility  of  exciting  the  nerves  of  special  sense, 
we  do  not  desire  to  give  the  impression  that  the  ordinary  physio  ogic  ex- 
dtat^rcV  tlUeneLs  under  electrici.y  is  purely  of  a reflex  ch-ac,er; 
on  the  contrary,  we  have  shown  already,  in  the  chapter  on  Electro-Con- 
cluctivity,  that  the  current  penetrates  the  brain  and  goes  through  those 
parts  where  the  optic  nerves  originate,  and  also  must  pass  through  the 

labyrinth  and  act  directly  on  the  auditory  nerve.  _ 

\n  reference  to  the  reflex  effects  of  electricity  these  two  consideiations 

f iMvanic  currents  operate  much  more  powerfully  by  reflex  ac- 
tion than  th?  faradic.  The  partial  explanation  of  thts  , 

is  that  the  greater  chemic  power  of  the  galvanic  current,  due  to  ts  act  „ 
always  in  oL  direction,  causes  it  to  operate  more  distinctly 

than^he  faradic  current.  This 

galvanic  current  is  one  of  high  practica  impoir  lu 

ease,  and  explains  in  oTfpm'rint  galvanisation 

[.irebiaf— and  other  irritable  conditions  of  the  central  nei- 


has  recorded  a case  of  --hesia  of  tlm  flf.h  P^^ 
nerves  of  a most  profound  character,  in  which  ‘ L,  ,asle 

sence  of  cerebral  symptoms-dizsiness,  “e  face, 

—whenever  a galvanic  current  of  twenty  cells  ita  'll  ^ ,se 

A current  from  30  cells,  which  on  a person  in  health  would 
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powerful  flashes,  a hissing  sound  in  the  ears,  feeling  of  heat,  and  perhaps 
perspiration,  caused  in  this  patient  only  a slight  sensation  of  giddiness 
and  metallic  taste  and  phosphoric  odor. 

This  remarkable  case  is  a strong  argument  in  favor  of  the  opinion  that 
the  results  of  electrization  of  the  head  and  the  results  of  experiments  like 
those  of  Erb  are  due  in  part,  if  not  entirely,  to  reflex  action. 

It  is  possible  that  in  the  above  case  the  portion  of  the  brain  where  the 
optic  nerve  originates  was  also  diseased  so  as  to  render  it  insensible  to 
electric  excitation. 

2.  These  reflex  effects  occur  in  all  the  applications  of  electricity  of 
either  form,  and  complicate  the  direct  effects.  The  physiologic  and  thera- 
peutic effects  of  electrization  of  the  brain,  the  eye,  the  ear,  the  cervical 
sympathetic,  the  spine,  the  trunk,  and  the  periphery,  everywhere  are  a 
complex  resultant  of  both  direct  and  reflex  electric  action.  Localized 
electrization,  strictly  speaking,  is  an  impossibility,  however  closely  to- 
gether the  electrodes  may  be  placed,  and  however  distant  from  the  great 
nen^e  tracts  and  nerve  centres  the  spinal  cord  must  take  cognizance  of  the 
impression  made  by  the  current  on  the  sensory  nerves,  and  other  parts 
and  organs  must  share  in  the  effects,  for  better  or  for  worse.  It  is  for  this 
reason  that  caution  is  requisite  even  in  faradizing  the  paralyzed  muscles 
in  recent  hemiplegias  and  in  active  myelitis. 

The  very  remarkable  results  that  follow  general  faradization — a meth- 
od to  be  subsequently  described — are  to  be  accounted  for  in  part  by  reflex 
actions,  which  are  continually  taking  place  during  all  stages  of  the  ap- 
plication. 

Practical  Application  of  these  Physiologic  Principles  to  Electro-Therapeu- 
tics.— With  the  above  facts  and  reasonings  before  us  we  are  prepared  to 
intelligently  appreciate  the  effect  of  electricity  on  nutrition.  We  do  not 
profess  to  have  exhausted  the  rationale  of  the  complex  action  of  electricity 
on  the  tissues,  but  to  have  indicated  the  leading  principles  by  virtue  of 
which  it  affects  the  nutrition  of  the  animal  body.  Many  discoveries  may 
yet  be  in  store  for  us  in  this  department;  it  may  be  shown  that  ozone  is 
generated  in  the  tissues  with  every  passage  of  the  current,  and  that  this 
ozone  is  taken  into  the  circulation;  the  subtle  and  intricate  chemistry  of 
electrolysis  of  living  tissues  in  their  secondary  and  tertiary,  as  well  as  their 
primary  changes,  may  be  unfolded  to  the  vision  of  the  future,  and  what 
we  now  see  in  a glass  darkly  posterity  may  behold  face  to  face ; but  suffi- 
cient is  known  to  explain  in  a most  interesting  way  the  unrivalled  effect 
of  electricity  on  the  nutrition. 

An  objection  sometimes  brought  against  electricity  is  that  we  do  not 
understand  its  action ; and  yet  in  the  whole  round  of  stimulating  tonics 
there  are  but  few  whose  action  can  be  so  well  explained  as  that  of  electric- 
ity. Who  knows  how  arsenic  feeds  the  nervous  system  or  how  quinine 
reaks  an  attack  of  chills  and  fever?  Why  does  oxide  of  zinc  act  with 
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magic  force  in  chronic  alcoholism?  How  does  opium  produce  sleep  and 
relieve  pain;  and  who  has  entered  into  the  mysteries  of  anaesthesia? 

Animal  nutrition  is  a process  of  enormous  complications.  There  is 
no  single  chemic  change  at  which  one  can  point  and  declare  that  this  ex- 
plains the  growth  and  sustenance  of  the  body;  but  there  are  nameless  and 
numberless  phenomena  eveiy  moment  going  on  in  the  living  tissues,  and 
as  a result  of  all  these,  in  their  infinite  play  and  combination,  the  body 
lives,  moves,  and  has  its  being.  Electricity  in  passing  through  the  body 
modifies  many  or  all  of  these  processes,  and  thus  modifies  nutrition. 
As  a resultant  of  the  complex  physical,  chemic,  and  physiologic  action  of 
electricity  on  the  tissues,  there  is  increased  development  and  growth. 

Expcrwicntal  and  Clinical  Proofs  of  the  Effect  of  Electricity  on  Nutrition. 
— We  have  studied  the  effect  of  electricity  in  great  detail  on  animals  and 
on  man.  On  animals  our  experiments  have  been  confined  to  the  effects  of 
general  faradization;  on  man  we  have  studied  the  effects  of  both  localized 
and  general  treatment. 

Of  a litter  of  four  puppies,  we  submitted  two  to  general  faradization 
every  other  day,  for  eight  minutes  each,  and  two  were  not  so  treated,  all 
having  an  equal  chance  at  their  mother’s  breast  and  nothing  besides.  All 
the  puppies  were  carefully  weighed  at  the  beginning  and  at  the  end  of  the 
treatment,  which  lasted  for  four  weeks.  It  was  found  that  both  of  the 
pups  that  had  been  electrized  weighed  more  than  the  puppies  that  had  not 
been  electrized;  all  had,  of  course,  increased  in  weight,  but  of  those  elec- 
trized one  had  increased  four  ounces  and  the  other  ten  ounces  more  than 
his  fellows  that  had  not  been  electrized.  The  difference  of  size  in  favor 
of  the  puppies  that  were  electrized  was  so  marked  and  so  easy  so  see,  that 
without  great  difficulty  one  who  had  never  seen  them  succeeded  in  picking 
out,  from  ocular  inspection,  those  that  had  been  treated,  and  that  too  in 
the  evening,  and  in  a bad  gas-light.  It  was  observed  during  the  treatment 
that  the  puppies  which  were  electrized  became  ravenous,  and  sucked  with 
greater  energy  than  their  less-favored  companions. 

The  method  of  treating  the  pups,  we  may  remark,  was  to  put  them  on 
a sheet  of  copper,  while  the  hand  of  the  operator  or  a sponge-electiode 
was  rubbed  all  over  the  surface  of  the  body,  previously  moistened. 

The  details  of  the  experiments,  prepared  by  our  assistant.  Dr.  J.  W. 
Sterling,  who  made  the  applications,  are  as  follows: 


July  I — Weight  of  four  pups,  ten  days  old: 

Two  black  pups  (weight  each) i lb.  6 oz. 

Two  yellow  pups,  weight  of  one  ....  i lb.  oz.;  other,  i lb.  2)^  oz. 

July  I — Commenced  general  faradization,  each  application  about  eight  minutes. 
Applied  it  to  one  of  the  black  pups,  weight  i lb.  6 oz. , and  the  lightest  o t 
yellow  pups,  weight  i lb.  2)^  oz. 

Continued  the  application  four  weeks,  making  three  each  week. 
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July  2S— Weighed  the  pups  after  twelve  applications. 


One  black  pup  (general  faradization) 3 lbs.  7 oz. 

One  black  pup  (no  faradization) 2 “ 13  “ 

One  yellow  pup  (general  faradization) 3 “ o “ 

One  yellow  pup  (no  faradization) 2 “ 12  “ 


Making  a clear  gain  for  the  electrized pitp  (black)  of  10  oz.,  for  the  yellow  electrized 
pup  4 oz. 


This  we  believe,  was  the  first  comparative  experiment  of  this  kind 
made  with  the  faradic  current.  Subsequently,  we  repeated  the  experiment 
on  a litter  of  three  rabbits.  Two  were  faradized  every  other  day;  to  the 
other  no  treatment  was  given.  At  the  end  of  six  weeks  the  one  not  treated 
was  visibly  larger  than  either  of  those  that  were  treated.  We  explained 
this  unexpected  result  by  the  theory  that  the  current  had  been  used  too 
strong  and  too  long  for  the  young  and  delicate  animals.  The  experiment 
was  carried  on  while  we  were  in  the  country,  and  the  details  were  intrusted 
to  those  who  were  utterly  incompetent  for  their  duties.  The  directions 
given  were  to  put  the  feet  of  the  rabbits  in  a basin  of  tepid  water,  and  after 
well  moistening  the  back  of  the  neck  to  pass  the  current  through  for  ten 
minutes;  on  account  of  the  non-conductivity  of  the  dry  hair  of  the  rab- 
bit, general  faradization  was^  almost  impossible. 

Legros  and  Onimus  electrized  with  the  galvanic  current  some  puppies 
:■  for  a quarter  of  an  hour  every  day,  by  placing  one  of  the  fore-paws  and 
' one  of  the  hinder-paws  in  tepid  water  connected  with  the  electrodes.  At 
the  end  of  six  w^eeks  those  that  had  been  electrized  weighed  more  than  the 
: same  lot  that  had  not  been  electrized;  and  this  difference  was  perceptible 
( to  simple  inspection;  one  was  galvanized  with  the  ascending,  and  the 
> other  with  the  descending  current. 


The  effect  of  faradization  on  nutrition  is  pow'erfully  illustrated  by  the 
experience  of  those  who  habitually  or  frequently  apply  general  faradiza- 
tion through  their  own  persons,  taking  an  electrode  in  one  hand,  and  ap- 
plying  the  other  to  the  body  of  the  patient.  In  this  method  the  current 
passes  through  both  arms,  and  vigorously  contracts  the  muscles. 

The  permanent  effects  of  the  current  on  the  person  of  the  operator  are : 

I.  lo  cause  very  marked  and  sometimes  rapid  growth  of  the  muscles 
of  the  arms. 


1 he  explanation  of  this  phenomenon  is  sufficiently  easy.  The  muscu- 
ar  contractions  that  are  produced  by  the  current  in  its  passage  through 
e arms  cause  increase  of  the  local  processes  of  waste  and  repair,  and  ac- 
cor  ingly  the  muscles  increase  in  size,  just  as  they  naturally  do  under  the 
in  uence  of  any  other  form  of  active  or  passive  exercise.  This  mechanic 

itself  sufficient,  but,  in  addition,  it  is  entirely 
^ ^ ^ electric  current  exercises  a direct  and  specific  influence 

vicr  ^ ^^^^'branches,  which  effect  is  expressed  by  the  increased  size  and 
or  0 t e muscles  through  which  the  nerves  ramify. 
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During  our  first  experimental  attempts  in  the  treatment  of  disease  by 
general  electrization,  we  observed  a decided  increase  in  the  development 
of  the  muscles  of  the  arm.  It  began  to  force  itself  on  our  attention  a few 
weeks  after  we  commenced  to  give  special  attention  to  general  electriza- 
tion and  at  the  present  time  it  is  fully  as  marked  as  ever.  Both  arms 
have  not  only  increased  much  in  size  by  actual  measurement,  but  also 
correspondingly  in  strength  and  hardness.  This  effect  is  observed  m the 
arm  and  forearm,  but  most  decidedly  in  the  muscles  which,  from  their 
position  or  nerve  supply,  contract  most  readily  and  vigorously  when  the 
current  passes  from  hand  to  hand,  such  as  the  deltoid,  brachial  is  anticus, 
biceps,  and  the  flexors  and  extensors  of  the  forearm.  This  same  effect  has 
been  noticed,  to  a greater  or  less  degree,  by  our  students  and,  so  far  as  we 
have  been  able  to  ascertain,  by  others,  who  have  employed  electricity 
through  their  own  persons  for  any  considerable  period.  This  development 
of  the  arms  seems  to  progress  up  to  a certain  limit,  at  which  it  remains. 

2.  A very  gradual  but  decided  tonic  influence  on  the  system. 

This  effect  is  so  exceedingly  slight  that  in  a very  hardy  and  vigorous 
person  it  would  not  be  recognized.  That  the  current,  in  passing  from  hand 
to  hand,  so  frequently  and  so  long,  should,  in  the  course  of  time,  mildly 
affect  the  general  system,  is  entirely  probable.  Like  any  other  muscular 
exercise  of  the  arms — gymnastics  and  the  use  of  the  clubs  its  influence, 
so  far  as  it  goes,  must  be  positively  toning  and  beneficial  to  the  constitu- 

tion.  _ , . . f 

The  influence  of  the  different  forms  of  electricity  on  the  nutrition  ot 

muscles  was  extensively  studied  by  Debedat,*  of  Bordeaux,  whose  experi- 
ments were  undertaken  in  conseciuence  of  the  discussion  at  the  Congress 
of  Electrotherapy  at  Frankfort,  in  1891,  at  which  Mobius  declared  that  tie 
effects  observed  from  the  use  of  electricity  were  the  result  of  suggestion 
Animals  were  selected  as  not  being  susceptible  to  suggestion,  and  an  eflort 
was  made  to  determine  if  there  were  any  actual  increase  of  muscular  fibn  - 
Im  or  any  exaggeration  of  the  special  properties  of  muscles  under  t le  in- 
fluence of  the  current. 

A study  of  muscular  nutrition  and  the  relation  of  muscular  contra  - 
tion  to  the  circulation  led  to  the  conclusion  that  functional  inertia  of  mus- 
cles has  a most  injurious  effect  on  their  nutrition  and  on  the  general  cucu- 
lation.  A comparison  of  natural  exercise  and  that  produced  by  electnci } 
showed  that  the  circulatory  phenomena  of  muscular  contraction  are 
same  for  natural  and  for  electric  excitation.  This  establishes  t le  a 
tages  of  electric  gymnastics,  and  shows  that  the  effects  of  electricity 

real,  and  not  the  result  of  suggestion.  _ 

Effecis  of  Electricity  on  Bacteria.— Cohn  has  experimented  with  e ect 
ity  on  bacteria.f  Currents  from  two  powerful  elements,  sterilized  ti 

* Archives  d’Electricite  Medicale,  February  15th,  1894. 

\ Med.  Press  and  Circular,  June  9th,  1880. 
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I tritive  solution  completely  at  the  positive  pole  in  twelve  to  twenty-four 
hours,  so  that  afterward  the  bacteria  produced  did  not  increase.  At  the 
negative  pole  the  action  was  weaker,  the  liquid  not  being  completely  steri- 
lized. At  neither  of  the  poles  were  the  bacteria  killed,  and  when  brought 
into  another  nutritive  fluid  they  developed  normally. 

In  the  experiments  of  Burci  * and  Fraseani  with  a current  of  5 to  10 
milliamperes,  the  iodine  from  a solution  of  iodide  of  potassium  killed  in 
fifteen  to  thirty  minutes  both  streptococci  and  staphylococci. 

Physiologic  Effects  0/ Magnets. — Peterson  f and  Kennedy,  in  elaborate 
experiments  at  the  Edison  laboratory,  conclude  that  the  human  organism 
is  in  no  wise  appreciably  affected  by  the  most  powerful  magnets  known  to 
modern  science;  that  neither  direct  nor  reversed  magnetism  exerts  any 
perceptible  influence  upon  the  iron  contained  in  the  blood,  upon  the  cir- 
culation, upon  ciliary  or  protoplasmic  movements,  upon  sensory  or  motor 
nerves,  or  upon  the  brain. 

Physiologic  Effects  of  Alternating  Currents. — Much  attention  has  of  late 
been  given  to  alternating  currents,  and  D’ArsonvaFs  recent  studies  on 
nen-es  and  muscles  enables  him  to  suggest  the  following  laws:  i.  Nerve 
excitability  is  brought  into  play  especially  by  the  rapidity  and  extent  of 
the  variation  of  the  potential.  The  quantity  of  the  current  plays  a second- 
ar}’  role.  2.  Muscular  excitability  is  brought  into  play  by  the  quantity 
of  the  current  and  the  height  of  the  variation  of  the  potential — i.e.,  the 
physical  energy  of  the  excitation.  3.  Alternating  currents  with  sinusoidal 
variation  do  not  produce  a sharp  shock  on  the  system.  With  low  fre- 
quency they  give  neither  pain,  muscular  contraction,  nor  electrolysis,  and 
their  influence  on  the  economy  consists  in  an  increase  in  the  absorption 
of  oxygen  and  the  elimination  of  carbonic  acid.  Gradually  increased  they 
provoke  energetic  contractions;  but  these,  by  reason  of  the  regularity  of 
the  current,  while  of  equal  intensity,  are  much  less  painful  than  the  con- 
tractions from  the  induced  current.  By  this  means  the  gaseous  exchange 
can  be  increased  one-fourth  without  ill  effect.  Hence,  according  to  Gau- 
tier, Larat,  Bouchard,  Kellogg,  and  others,  it  is  very  useful  in  diseases  of 
per\-erted  nutrition. 

In  his  experiments  D’Arsonval  produced  currents  of  great  frequency, 
and  by  means  of  auto-conduction  was  enabled  to  successfully  submit  the 
body  to  the  influence  of  electrization.  He  used  the  resonator  of  Hertz, 
which  can  give  up  to  one  thousand  million  vibrations  a second.  That 
such  a current  has  an  influence  on  the  organism  is  shown  by  its  action  on 
an  interposed  incandescent  lamp.  It  is  known  that  these  alternating  cur- 

Internationale  de  Bibliographie,  Beyrouth,  Auf^ust  loth,  1894. 

f Some  Physiological  Experiments  with  Magnets  at  the  Edison  Laboratory,”  New 
, V ork  Medical  Record,  December  31st,  1892. 

j + Keyue  Generale  des  Sciences  pures  et  appiiquees,  Paris,  May  15th,  1894,  and  Revue 
nternationale  de  I’Electrotherapie,  Paris,  April,  May,  and  June,  1893. 
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rents  are  distributed  especially  on  the  surface.  How  account,  then,  for 
the  induced  currents  exhibited  in  the  organism,  especially  in  the  nervous 
centres?  D’Arsonval  does  this  by  a theory,  attributing  to  different  nerves 
different  inodes  of  excitation,  by  which  they  are  found  in  unison  with 
electric  waves  only  for  vibratory  periods  comprised  in  fixed  limits.  Above 
and  below  these  limits  no  electric  irritation  will  take  place.  If  this  is  so, 
there  are  limits  for  each  class  of  nerve,  and  this  is  exactly  the  result  of 
his  experiment.  He  makes  use  of  apparatus  for  obtaining  currents  of 
great  frequency  and  feeble  intensity  (Fig.  49). 

A continuous  current  of  great  intensity  (A  and  B)  puts  in  play  a 
Ruhmkorff  coil ; the  two  ends  of  the  coil  lead  to  the  internal  armatures 


Fig.  49.— Method  of  Obtaining  Currents  of  Great  Frequency  and  Feeble  Intensity.  (D’Arson- 
val.) 


(D  and  C)  of  two  Leyden  jars;  the  external  armatures  (E  and  F)  of  these 
jars  are  united  by  the  solenoid  (G)  and  by  the  cord  (I),  in  the  circuit  of 
which  is  interposed  the  incandescent  lamp  (K)  and  the  body  of  the  opera- 
tor. This  apparatus  may  be  used  with  entire  safety.  The  theory  of  in- 
duced currents  in  the  tissues  is  supported  by  the  experiment  illustrated  in 

Fig-  50- 

The  operator  holds  between  his  arms  the  solenoid  attached  to  the 
current  of  high  frequency. 

The  current  induced  in  his  arms  by  the  vicinity  of  the  solenoid  is 
sufficient  to  render  incandescent  a 2 -ampere  lamp,  completing  the  circuit 
formed  by  the  arms.  In  the  same  manner  the  whole  body  may  be  en- 
closed in  a large  solenoid  and  subjected  to  the  action  of  the  current.  It 
has  been  found  that  the  vaso-motor  system  is  most  highly  influenced,  an 
increased  respiratory  combustion  takes  place,  as  is  shown  by  the  irnease 
heat  radiation,  without,  however,  any  rise  of  body  temperatuie. 
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These  demonstrations  and  the  demonstrations  of  Tesla  seemed  to  indi- 
cate that  enormous  voltages  were  harmless  to  the  human  body  if  only 
they  could  be  made  to  alternate  with  sufficient  rapidity,  and  men  were  as- 
tounded at  the  spectacle  of  a lecturer  placing  himself  in  a circuit  carrying 
a current  alternating  hundreds  of  thousands  of  times  per  second,  at  a pres- 
sure of  many  thousands  of  volts.*  “These  experiments,  coming  not  long 
after  the  accounts  of  the  execution  of  criminals  by  electricity  in  this  coun- 
try with  pressure  of  1,700  volts,  and  compared  with  the  fatal  accidents 
to  workmen  engaged  upon  electric-light  cables  at  1,000  volts,  made  it 


Pic.  so.  Production  by  Induction  of  Currents  of  High  Frequency  in  the  Human  Body. 

(D’ Arsonval.) 

! though  the  rapidity  of  alternation  was  the  factor  which  protected 

es  a rom  injury  by  the  enormously  high  voltages  which  he  was  handling. 
1 ^ inference  may  not  be  a proper  one,  for  the  following  reasons: 
■ f discharging  through  the  bodv  produces  effects  which  are 

Paintul  and  severe,  as  all  who  have  felt  them  will  agree;  but  yet  this  is  a 
. ^ frequency  of  alternation;  in  fact,  it  is  by  the  Leyden 

of  circuit  that  the  oscillatory  character  and  the  rapid  alternation 

e ischarge  are  determined.  Lodge  gives  the  rate  of  oscillation  for 
pin  -sized  jar  at  ten  millions  per  second. 

frequency  and  high  potential  discharge  of  Tesla’s  ap- 
can  altogether  harmless,  but  can  produce  severe  shocks  and 

small  animals,  as  Elihu  Thomson  has  shown.  The  discharge 

Annual  of  the  Universal  Medical  Sciences,  vol.  v.,  1894. 
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from  the  terminals  of  such  an  apparatus  can  produce  severe  muscular  con- 
tractions, even  with  the  resistance  of  a considerable  air  space  interposed 
in  the  circuit. 

“ 3 It  is  doubtful  whether  D’Arsonval’s  estimation  of  the  magnitude 
of  the  current  of  his  apparatus  is  correct. 

“ The  incandescence  of  a lamp-filament  with  currents  of  high  frequency 
has  recently  been  under  discussion,  and  a very  satisfactory  explanation  of 
the  phenomenon  has  been  forthcoming.  It  is  well  known  that  for  alter- 
nating currents  the  resistance  of  a conductor  is  greater  than  it  is  for  steady 
currents,  and  the  increase  of  resistance  rises  rapidly  as  the  rate  of  alterna- 
tion becomes  greater;  and  with  frequencies  approaching  one  million  per 
second,  the  effective  resistance  of  the  lamp  used  would  be  raised  enor- 
mously. This  would  require  the  energy  needed  to  bring  it  to  incandes- 
cence to  be  applied  at  a proportionately  higher  voltage,  while  the  magni- 
tude of  the  current  would  be  lessened  in  an  equal  degree.  For  example, 
the  energy  of  2 amperes  at  100  volts  is  the  same  in  amount  as  that  of  0.02 
of  an  ampere  (20  milliampere.s)  at  10,000  volts.  It  is  therefore  probable 
that  the  current  which  raised  the  2-ampere  lamp  to  incandescence  was  very 
much  less  than  2 amperes — probably  only  a few  milliamperes;  and 
herein  lies  the  whole  pith  of  the  question.  The  experiments  with  high- 
frequency  currents  of  high  tension  are  harmless  if  the  magnitude  of  the 
current  is  small;  and  as  the  high  potential  is,  in  fact,  obtained  at  the 
exixjnse  of  the  current,  this  latter  diminishes  in  proportion  as  the  potential 
is  raised  by  each  successive  step  up  in  the  transforming  apparatus.  For 
the  present  it  may  be  taken  as  not  yet  proved  that  high  frequency  of  alter- 
nation can  render  electric  currents  harmless;  and  it  may  still  be  ac- 
cepted that  the  effect  produced  by  the  passage  of  a current  through  living 
tissues  depends  primarily  upon  the  magnitude  of  the  current  as  measured 
in  amperes,  which  is  made  to  traverse  them,  and  upon  its  density  or 

centration  therein.”  onH 

Other  contributions  to  this  subject  have  been  made  by  Gautier 
Larat,*  and  Dawson  Turner,!  while  Damian,  of  Paris,  has  demonstrated 
that  under  the  influence  of  the  high-tension  currents  of  static  electricity 
the  heart’s  action  is  stimulated,  the  temperature  raised,  and  the  urea 
creased. 

* La  Semaine  Medicate,  Paris,  September  21st,  1892. 

•(•Practitioner,  London,  July  15th,  1892. 
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CHAPTER  I. 

HISTORY  OF  ELECTRO-THERAPEUTICS. 

Electro-Therapeutics  is  the  science  that  treats  of  the  study  of  elec- 
tricity in  its  relation  to  disease. 

It  includes  both  electro-medicine  and  electro-surgery,  or,  as  they  are 
more  commonly  termed,  medical  and  surgical  electricity.  Under  medical 
electricity  are  included  electro-diagnosis,  or  electro-pathology , as  it  is 
sometimes  termed,  and  electro-therapeutic  anatomy. 

The  earliest  history  of  electro-therapeutics,  as  of  many  other  depart- 
ments of  medicine,  is  shrouded  in  obscurity.  It  dates  back  to  a mythical 
and  legendary  age,  before  mankind  had  been  trained  to  habits  of  scientific 
criticism,  while  yet  history  was  a mass  of  traditions,  and  rumor  was  a sub- 
stitute for  truth. 

It  is  said  that  centuries  ago  the  negresses  of  West  Africa  were  accus- 
tomed to  dip  their  sick  children  in  water  where  lay  the  electric  fish  called 
the  torpedo.  The  remedial  powers  of  electricity  were  also  referred  to  by 
Pliny  and  Dioscorides.  Scribonius  Largus,  a physician  of  the  time  of 
Tiberius,  was  accustomed  to  prescribe  the  same  remedy  in  the  treatment 
of  gout.  As  long  ago  as  the  days  of  Pliny,  necklaces  of  amber  were  worn 
by  women  and  children  for  the  sake  of  their  supposed  remedial  powers. 

The  mysterious  power  of  the  magnet  was  known  to  the  ancient  world, 
but  we  have  no  reason  to  believe  that  it  was  ever  extensively  resorted  to 
by  them  for  the  cure  of  disease.  In  Europe,  during  the  middle  ages,  the 
loadstone  was  used  in  the  treatment  of  disease,  and  although  its  successes 
were  trifling  it  aroused  the  professional  attention  and  received  extravagant 
praise  from  the  distinguished  Paracelsus.  About  the  middle  of  the  eigh- 
teenth century,  Maximilian  Hehl,  of  Vienna,  and  others,  excited  a new 
and  more  successful  interest  in  the  use  of  magnetism  in  disease  by  the 
manufacture  and  employment  of  artificial  magnets. 

The  real  history  of  electro-therapeutics  may  be  divided  into  three  eras: 
the  Era  of  Franklinic  Electricity,  including  the  early  and  crude  experi- 
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merits  with  the  frictional  machines  and  the  Leyden  jar;  the  Era  of  Gal- 
vanization, beginning  with  the  publication  of  the  discovery  of  Galvani,  in 
179 1,  and  including  the  invention  and  medical  employment  of  the  voltaic 
pile;  the  Era  of  Faradization,  beginning  wdth  the  discovery  of  induction, 
in  1831-32,  and  including  all  that  has  since  been  accomplished  in  the  de- 
partment of  localized  and  general  electrization. 

In  the  first  era  only  franklinic  electricity  was  used,  because  it  was  the 
only  form  that  w'as  known ; in  the  second  era,  both  franklinic  and  galvanic 
electricity  were  used,  since  the  latter  supplemented,  but  not  entirely  sup- 
planted, the  former;  in  the  third  era,  all  three  forms  of  electricity — frank- 
linic, galvanic,  and  faradic — w'ere  brought  into  requisition,  and  the  uses 
of  the  first  named  especially  have  been  extended  and  improved. 

The  Era  of  Franklinic  Electricity, — The  records  of  this  era,  though  not 
extensive,  are  yet  both  interesting  and  suggestive.  It  is  probable  that  in 
this,  as  in  the  second  era,  very  much  was  attempted  and  even  accom- 
plished in  this  department  that  has  never  been  recorded  in  permanent 

medical  literature,  and  therefore  could  never  become  of  value  to  science. 

In  1730  Etienne  Grey  first  observed  divergence  of  the  hairs  in  an  iso- 
lated subject  put  in  communication  with  static  electricity. 

The  same  experiment  was  repeated  by  Abbd  Nollet  and  Du  Fay.  Du 
Fay  observed  the  electric  sparks  drawn  from  the  isolated  subject. 

Nollet  says,  “I  shall  never  forget  the  surprise  which  the  first  electric 
spark  ever  drawn  from  the  human  body  excited  both  in  M.  Du  Fay  and 
myself.” 

Sparks  were  then  drawn  from  the  body  in  various  shapes — one  of  which 
was  called  the  electric  kiss;  other  forms  were  known  as  the  “electric 

star,”  “ electric  rain,”  and  so  forth.  The  drawing  of  the  sparks  consti- 

tuted a great  source  of  amusement  in  the  society  of  the  .period. 

In  1743  Kruger  d’Helmstadt  suggested  that  these  electric  sparks  might 

be  made  of  service  in  therapeutics. 

In  1744  Kratzenstein,  a German  physician,  recorded  a case  of  cure 
of  paralysis  of  the  fingers  by  sparks  drawn  from  a frictional  appm^itus. 

In  1746  the  discovery  of  the  properties  of  the  Leyden  jar  by  Muschen- 
broek  gave  physicians  a new  means  of  using  electricity  in  the  treatment 
of  disease. 

In  1749  Jallabert,*  of  Geneva,  published  a treatise  on  the  medical  use 
of  electricity,  in  which  he  reported  a cure  of  long-standing  paralysis  0 
the  right  arm,  resulting  from  injury,  by  electric  sparks.  The  cure  was 
brought  about  in  two  or  three  months,  and  may  perhaps  be  regarded  as  t le 
first  decided  and  unquestioned  result  of  the  kind  that  was  obtained  in  the 
early  days  of  electro-therapeutics. 

In  1750  Nebel  showed  that  contraction  of  the  muscular  tissue  was 
produced  by  electrization. 

* “ Experiences  sur  Electricite,”  Paris,  I747- 
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Bohadtch,  of  Bohemia,  also  recommended  electricity,  especially  for  the 
treatment  of  hemiplegia. 

In  1753  Lindhult,  a Swedish  physician,  reported  a cure  of  epilepsy  by 
electricity. 

In  1754  Sulzer  made  his  famous  experiment  on  the  tongue  with  zinc 
and  copper  plates.  He  did  not,  however,  pursue  his  experiments,  and  it 
was  reserved  for  Galvani  and  Volta  to  discover  galvanic  electricity. 

In  1755  De  Haen  reported  a large  number  of  electric  cures  of  paraly- 
sis, spasmodic  and  other  nervous  affections,  and  also  of  suppression  of 
the  menses,  and  St.  Guy’s  dance.  About  this  time,  also,  Schaeffer  and 
Nebel  published  cures  of  rheumatism,  toothache,  hypochondria,  paralysis 
of  the  optic  nerve,  and  of  intermittent  fever  and  neuralgic  pains.  Between 
1750  and  1757,  cures  of  paralysis  were  reported  by  Brydone,  Bertholon, 
Sauvages  of  Montpellier,  and  Spry,  the  latter  of  whom  cured  a case  of 
lockjaw  and  paralysis. 

The  position  that  electro-therapeutics  held  at  that  time,  and  the  hopes 
that  were  entertained  of  it,  is  very  well  represented  in  a little  treatise  by 
the  eminent  divine,  Rev.  John  Wesley,  entitled,  “The  Desideratum;  or. 
Electricity  Made  Plain  and  Useful,  by  a Lover  of  Mankind  and  of  Com- 
mon Sense.”  i759-* 

In  this  treatise  the  author  anticipates,  in  a sort  of  theoretical  way,  very 
much  that  has  since  been  demonstrated,  both  in  electro-physics  and  elec- 
tro-therapeutics, and  with  surprising  accuracy.  In  the  preface  he  ac- 
knowledges his  indebtedness  “ to  Mr.  Franklin  for  the  speculative  part, 
and  to  Mr.  Lovett  for  the  practical.”  He  also  mentions  as  authorities. 
Dr.  Haadley,  Mr.  Wilson,  Watson,  Freke,  Martin,  Watkins,  and  the 
Mo7ithly  Magazine,  whence  we  may  conclude  that  even  at  that  early  day 
the  subject  was  exciting  much  interest,  but  more  among  the  laity  than  in 
the  profession. 

From  the  tone  of  the  book  it  is  clear  that  the  Faculty,  as  Wesley  calls 
the  profession,  were  disposed  to  despise  electro-therapeutics  and  to  reject 
its  claims,  as  they  have  been  ever  since,  until  within  a few  years,  and  con- 
sequently they  suffered  what  was  really  valuable  in  medicine  to  be  mo- 
nopolized by  the  laity. 

The  mind  of  Mr.  Wesley,  as  the  world  knows,  was  of  the  practical  sort, 
and  in  this  treatise  he  does  not  suffer  himself  to  be  carried  away  into  gross 
hyperbole  or  serious  untruth.  He  expressly  disclaims  any  idea  of  regard- 
ing electricity  as  a panacea,  but  says  what  we  now  know  to  be  true,  that  it 
is  indicated  in  a wide  range  of  disorders;  but  that  if  any  one  agent  should 
ever  become  a panacea,  electricity  stood  the  best  chance  of  being  that 
agent. 

Evidently  ignorant  of  Franklin’s  invention  of  lightning-rods,  in  1775. 
he  suggests  that  buildings  and  ships  might  be  saved  from  the  effects  of 
* This  treatise  has  been  republished  by  Bailliere,  Tindall  & Cox,  London,  1871. 
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lightning,  by  “upright  rods  of  iron,  made  sharp  as  needles  and  gilded  to 
prevent  rusting,”  and  connected  with  the  earth.  He  further  suggests  that 
the  northern  lights  are  of  electric  origin. 

He  gives  the  following  list  of  diseases  in  which  electricity  is  of  ser- 
vice, with  a number  of  illustrative  cases,  most  of  which  are  very  imper- 
fectly detailed.  It  will  be  observed  that  most  of  these  diseases  are  still 
treated  electrically,  and  with  greater  or  less  success.  It  seems  from  the 
list  that  the  treatment  of  diseases  of  the  skin  by  electricity  is  simply  an- 
other attempt  to  effect  what  was  accomplished  with  success  more  than  a 
century  ago. 

All  these  conclusions  of  Wesley  and  his  contemporaries  were,  how- 
ever, based  on  experiments  made  with  franklinic  electricity.  The  world 
Avas  to  wait  forty-one  years  for  the  voltaic  pile,  and  seventy-two  years  for 
Faraday  to  discover  induction. 

“Agues,  St.  Anthony’s  Fire  : HHndness,  even  from  a Gutta  Serena;  Blood  Extra- 
vasated  ; Bronehocele  ; Clilorosis  ; Coldness  in  the  Feet ; Consumption  ; Contraction  of 
thel.imbs;  Cramps;  Deafness;  Dropsy;  Epilepsy:  Feet  violently  disordered  ; Felons; 
Fistula  I.acrymalis ; Gout;  Gravel;  Headache;  Hysterics;  Inflammations;  King’s 
Evil  ; Knots  in  the  h’lesh  ; Lameness  ; Leprosy  ; Mortification  ; Pain  in  the  Back,  in 
the  Stomach  ; Palpitations  of  the  Heart  ; Palsy;  Pleurisy  ; Rheumatism  ; Ringworms  ; 
Sciatica;  Shingles;  Sprain;  Sore  Feet;  Swellings  of  all  kinds;  Ihroat  sore;  loe 
hurt;  Toothache;  Wen.” 

In  1763  Watson  cured  a case  of  general  tetanus  in  a young  girl  of  seven 
years.  Although  the  fame  of  the  cures  wrought  by  electricity  attracted 
crowds  of  invalids,  yet  by  the  ignorant  and  superstitious  it  was  confounded 
with  witchcraft,  and  the  aid  of  the  priest  was  invoked  to  save  them  from 
its  baneful  inlluence.* 

Abbd  Sans  published  a work  on  the  medical  use  of  electricity,  and 
recorded  important  cures.  According  to  this  authority,  there  were  seven 
different  methods  of  employing  static  electricity — “an  electric  bath,  draw- 
ing sparks,  by  irroration,  friction,  insufflation,  exhaustion,  and  commo- 
tion.” Injurious  and  negative  as  well  as  favorable  results  were  sometimes 
reported.  Thus  Dr.  Hart  brought  on  paralysis  in  a girl,  and  Abb^  Maz- 
ras  excited  epilepsy  in  one  of  his  patients.  Benjamin  Franklin  failed  to 
cure  the  invalids  that  flocked  to  him  after  his  great  discovery,  and  Abbe 
Nollet,  after  many  years’  experience,  was  compelled  to  admit  that  he  had 
seen  but  little  permanent  benefit  from  electricity. 

Symptoms  Only  Treated  in  these  Early  Experiments.— \r\.  these  early 
and  many  of  the  later  experiments,  not  disease,  but  the  results  of  disease, 
were  both  studied  and  treated.  When  electricity  was  applied,  it  was  to 
the  symptoms  and  not  to  the  pathologic  condition;  hence  the  enoinious 
blunders  and  frequent  failures  of  the  early  electro-therapeutists.  Ihe 

* “A  Treatise  on  Medical  Electricity,  Theoretical  and  Practical,’’  byj.  Althaus,  M.D., 
1870,  p.  284. 
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symptoms  most  treated,  and  in  the  treatment  of  which  the  greatest  hopes 
were  entertained,  were  blindness,  deafness,  paralysis  of  motion,  symptoms 
which  are  now  known  to  depend,  in  very  many  instances,  on  pathologic 
states,  which  are  in  their  very  nature  as  incurable  as  death  itself.  Still 
further,  the  applications  were  made  to  the  seat  of  the  symptoms  exclu- 
sively, instead  of  to  the  seat  of  the  disease,  and  this  mistake  helped  to 
swell  the  number  of  the  failures. 

Physiology  and  pathology  had  not  yet  reached  that  degree  of  strength 
and  breadth  of  sureness  to  furnish  good  foundation  on  which  to  erect  the 
science  of  electro-therapeutics,  and  withal  the  appliances  for  generating 
electricity  were  bulky  and  untrustworthy,  and  methods  of  electric  measure- 
ment not  yet  devised. 

Electro-therapeutics  was  therefore  baffled  in  its  first  attempts  at 
growth,  through  lack  of  needful  support  from  allied  and  fundamental  sci- 
ences; it  must  wait  for  physics,  for  physiology,  for  pathology  to  come  to 
its  rescue,  which  in  due  time  they  have  done  and  are  now  doing. 

In  1773  and  1778  Maduyt  presented  memoirs*  on  the  subject,  in 
which  he  affirmed  in  his  report  that  electricity  was  a remedy  of  vast  and 
varied  powers;  that  it  had  a positive  and  very  beneficial  influence  over 
; nutrition;  and  that  it  equalized  the  circulation,  materially  affected  the 
: pulse,  the  perspiration,  and  the  secretions;  and  was  surprisingly  effica- 
: cious  in  the  treatment  not  only  of  paralysis,  but  also  of  other  conditions, 

: such  as  constipation  and  cedema.  This  report  aroused  considerable  in- 
terest in  electro-therapeutics  on  the  part  of  the  profession,  and  for  a season 
the  application  of  franklinic  electricity  became  extensively  popular.  In 
*777)  Cavallo  published  a workf  which  excited  considerable  attention. 
He  reported  cures  of  epilepsy,  paralysis,  chorea,  deafness,  blindness,  rheu- 
F matism,  glandular  enlargements,  and  recommended  electricity  as  a means 
> of  artificial  respiration. 

On  the  theory  that  medical  substances  might  be  combined  with  elec- 
F tricity,  Pivati,  of  Venice,  placed  in  his  electric  machine  a glass  cylinder, 

F filled  with  Peruvian  balsam,  and  Giuseppe  Bruni  affirmed  that,  by  the 


same  arrangement,  filled  with  purgatives,  he  had  produced  the  same  effect 
I on  an  electrified  patient  as  though  the  remedy  had  been  administered  in- 
I ternally.J 

; *783  Wilkinson  presented  the  results  of  some  experiments  with 

I electricity  in  England.  Although  the  fame  of  the  cures  wrought  by  the 

Mem.  sur  ies  effets  generaux,  la  nature  et  I’usage  du  fluide  electrique  considere 
comme  medicament,  ’ lu  en  decembre,  1778,  d la  Societe  royale  de  medecine.  “ Mem. 
sur  les  diffdrentes  munidres  d’administrer  I’electricite,  et  observations  sur  les  effets  que 
ces  divers  moyens  ont  produits,”  lu  en  decembre,  1783,  d la  Societe  royale  de  medecine. 

t A Complete  Treatise  on  Electricity,  in  Theory  and  Practice,  with  Original  Experi- 
ments, I.ondres,  1777.  Id.,  “Medical  Electricity,”  Londres,  1780. 

+ Althaus:  Op.  cit.,  p.  287. 
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new  remedy  attracted  thousands  of  the  people,  yet  by  the  ignorant  and 
superstitious  electricity  was  confounded  with  the  spirit  of  evil.* * * § 

Of  the  seven  methods  of  employing  static  electricity  recommended  by 
these  early  experimenters,  but  three  were  in  common  use.  These  were : 
the  electric  bath,  electrization  by  sparks,  and  shocks  from  the  Leyden  jar. 
Some  twenty  years  ago  static  electricity  came  into  more  general  and  effec- 
tive use— more  especially  because  of  the  practical  suggestion  of  Vigoroux, 
of  Paris,  to  enclose  the  plates,  thereby  keeping  them  always  dry  and  ready 
for  immediate  use. 

The  Era  of  Galvanizatioti. — Animal  electricity  was  discovered  by  Gal- 
vani  in  1786,  and  made  public  in  1791.  It  was  by  the  experiments  of 
Galvani  that  Volta  was  stimulated  to  investigate  the  subject  of  electricity. 
He  denied  the  existence  of  animal  electricity  which  Galvani  had  discov- 
ered. One  of  the  most  important  fruits  of  the  discussion  that  arose  be- 
tween them  and  their  respective  followers  was  the  construction  of  the 
voltaic  pile,  which  for  many  years  physicians  employed,  with  various  al- 
ternations of  failure  and  success,  in  the  treatment  of  disease. 

In  the  period  intervening  between  the  discovery  of  animal  electricity 
by  Galvani  and  the  construction  of  the  pile  of  Volta,  electricity  was  ap- 
plied to  the  body  by  means  of  metallic  plates,  joined  together  by  a me- 
tallic arc.  Sometimes  these  were  simply  placed  against  the  skin,  and 

sometimes  over  spots  denuded  by  a blister.f 

In  1792  Behrend,  Creve,  and  Klein  suggested  the  use  of  galvanism  as 
a means  of  distinguishing  real  from  apparent  death.  The  first  attempts 
to  make  galvanism  of  practical  service  in  the  treatment  of  disease  were 
made  by  Professor  Loder,  of  Jena.  The  results  of  his  experiments  were 

unsatisfactory.  . 

In  1793  Hufeland  and  Reil  advised  the  use  of  the  galvanic  current  in 

paralysis.  . ^ ,.1 

In  1796  Pfaff  advised  the  same  remedy  for  amaurosis.  None  of  these 

authorities  spoke  from  much  personal  experience. J 

In  1797  Alexander  von  Humboldt  § suggested,  on  theoretical  grounds, 
the  use  of  galvanism  in  paralysis,  rheumatic  pains,  and  diseases  of  the 

Valli  actually  restored  to  life,  by  galvanism,  frogs  and  fowls  that  had 

been  nearly  suffocated. ||  , 

The  voltaic  pile,  invented  in  1800,  marked  an  era  m the  medical  u e 
of  the  galvanic  current,  because,  t»ith  all  its  imperfections,  it  was  vastly 

• A.  Tripier  : •'  Manuel  d’electro.therapie,  expose  pratique  et  critique  des  appiications 
medicales  et  chirurgicales  de  relectricite,  Paris,  i860, 

f Tripier:  Op.  cit.,  p.  262. 

t Tripier  : Op.  cit.,  p.  263.  n n i- 

§ “ Versuch  liber  die  gereizte  Muskel  und  Nerven  aser,  Berlin  1797- 

il  “ Experience  sur  le  galvanisme,  tradmt  par  Jadelot,  I aris,  799- 
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superior,  for  therapeutic  purposes,  to  the  metallic  plates  that  had  previ- 
ously been  employed  during  the  period  which  had  elapsed  since  the  dis- 
covery of  Galvani.  It  was  at  once  employed  by  Loder,  in  Jena,  by  Gra- 
pengiesser,*  Bischoff,  and  Lichtenstein,  in  Berlin,  and  by  Haller,  in 
Paris,  chiefly  in  cases  of  paralysis. 

In  i8oi  Augustin,  of  Berlin,  published  a treatise  on  galvanism,  in 
which  he  reported  results  of  treatment  of  paralysis  by  applying  the  nega- 
tive pole  to  the  central  end  of  the  nerve,  and  the  positive  to  the  peripheral. 
Professor  Schwab  experimented  with  the  voltaic  pile  in  cases  of  deaf-mute- 
ism.  In  1802  Sigaud  de  la  Fond  published  a work  in  which  he  recom- 
mended franklinic  electricity  for  nearly  every  form  of  disease.  In  1804. 
Aldini,  a pupil  of  Galvani,  published  a treatise  on  galvanism,  in  which 
he  theoretically  recommended  it  for  deafness,  insanity,  and  amaurosis,  and 
also  to  produce  artificial  respiration,  f 

Even  during  this  era,  and  for  many  years  after  the  invention  of  the 
voltaic  pile,  franklinic  electricity  was  still  employed. 

In  1817  Dr.  Thomas  Brown,  of  Albany,  published  a work  entitled 
“The  Ethereal  Physician,”  in  which  he  recommended  franklinic  elec- 
tricity for  paralysis,  tic  douloureux,  epilepsy,  chorea,  and  in  a large 
variety  of  disorders. 

In  1818  Dr.  Everett,  of  New  York,  published  something  on  the  use  of 
electricity  in  medicine  that  was  based  on  experience  that  he  had  derived 
with  the  apparatus  of  Dr.  Brown. 

In  spite  of  all  these  endeavors  on  the  part  of  scientific  men  to  give 
importance  and  dignity  to  the  cause  of  electro-therapeutics,  it  failed  to 
fulfil  the  extravagant  expectations  that  had  been  formed  of  it;  a reaction 
followed,  and  it  fell  into  disrepute.  Electricity  had  been  tried  for  a wide 
range  of  diseases,  but  partly  on  account  of  the  inconstancy  of  the  voltaic 
pile,  and  partly  through  the  ignorance  of  the  operators,  it  was  found  to  be 
a most  uncertain  remedy.  It  was  confounded  with  mesmerism,  which  at 
this  period  came  into  notoriety,  and  for  a time  it  shared  its  fate. 

Many  of  the  Early  Experiments  Made  by  the  Laity. — It  will  be  seen  by 
a glance  at  the  above-mentioned  names  that  the  earliest  experiments  in 
electro-therapeutics  were  made  by  the  laity.  A science  that  now  com- 
mands some  of  the  best  brains  of  civilization  was  born  among  the  humble 
and  the  lowly.  It  was  cradled  in  ignorance  and  reared  and  fostered  by 
t ose  who,  however  eminent  in  other  walks,  knew  little  or  nothing  of 
me  icine.  Chemists,  physicists,  priests  and  paupers,  monks  and  mounte- 
an  s,  were  in  the  eighteenth  century  the  leading  authorities  in  electro- 
ofCrapeutics.  If  there  were  those  at  this  time  who  had  faith  in  the  coming 
^ etter  day,  when  electro-therapeutics  should  be  a recognized  and  per- 

jgQj  ^srsuche  den  Galvinismus  zur  Heilung  einiger  Krankheiten  anzuwenden,”  Berlin, 
t Essai  theorique  et  experimenta  sur  le  galvanisme,”  1804. 
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manent  part  of  the  medical  science,  it  was  their  misfortune  to  die  without 
the  sight.  Not  until  the  close  of  the  eighteenth  century  were  the  great 
discoveries  of  Galvani  and  Volta  revealed  to  the  world,  which  was  to 
work  and  wait  for  at  least  half  a century  before  it  should  see  even  the  be- 
ginning of  the  fulfilment  of  its  hopes.  Some  of  the  great  sciences,  like 
some  of  the  great  religions,  have  had  the  humblest  origin. 

Of  the  early  history  of  electro-physics,  Whewell*  thus  remarks ; “ At 

such  a period  a large  and  popular  circle  of  spectators  and  amateurs  feel 
themselves  nearly  upon  a level  in  the  value  of  their  trials  and  speculations 
with  the  more  profound  thinkers;  at  a later  period,  when  the  subject  is 
becoming  a science,  that  is,  a study  in  which  all  must  be  left  far  behind 
who  do  not  come  to  it  with  disciplined,  informed,  and  logical  minds,  the 
cultivators  are  far  more  few,  and  the  share  of  applause  less  tumultuous 
and  less  loud.  Electricity,  to  be  now  studied  rightly,  must  be  reasoned 
upon  mathematically.” 

What  Whewell  here  says  of  electro-physics  may  just  as  truly  be  applied 


to  electro-therapeutics. 

In  the  earlier  experiments,  the  philosopher  and  the  fool  were  pretty 
nearly  on  the  same  level  in  their  knowledge  of  the  application  of  this 
subtle  force  to  the  treatment  of  diseases,  with  this  advantage  on  the  side 
of  the  fool,  that  through  the  very  excess  of  his  ignorance  he  dared  and 
ventured  where  the  philosopher  knew  just  enough  to  fear  to  tiead. 

It  was,  as  we  shall  see,  a long  time  before  electro-therapeutics  should 
be  gradually  developed  into  a science  of  sufficient  positiveness  to  com- 
mand the  attention  of  men  of  science  for  its  own  sake,  and  to  excite  the 
despair  of  the  ignorant. 

Mere,  as  in  all  other  realms  of  investigation,  the  development  is  from 
simplicity  toward  complexity,  from  generals  to  specials,  and  from  truths 
that  are  common  to  all  classes,  to  truths  that  only  a few  specialists  can 
thoroughly  master.  We  are  reminded  here  of  the  beautiful  thought  of 
Thoreau.  When  reproached  for  his  exclusiveness  and  love  of  solitude,  he 
replied:  “ It  is  not  so  much  that  I love  to  be  alone,  as  that  I love  to  soar, 
and  the  higher  I ascend,  the  company  grows  thinner  and  thinner,  until  at 

last  I am  left  almost  alone.”  _ , 

Strikingly  this  principle  has  been  illustrated  even  in  the  most  recent 
history  of  electro-therapeutics,  both  in  Europe  and  America.  A field  now 
occupied  by  some  of  the  ablest  scientists  of  Germany,  England,  and 
France,  was  formerly  crowded  with  lawless  intruders. 

When  we  began  to  write  on  this  subject  in  1868,  a tide  0 inqui 

once  set  in  upon  us,  from  all  parts  of  the  country.  f^om 

letters,  with  some  few  exceptions,  we  have  never  seen  , ^ ut,  ju  gii 
the  style  of  composition  and  the  character  of  the  inquiries,  tiey  ve  ‘ 
rule  comparatively  ignorant,  and  belonged  to  the  lower  strata  o 
* “ History  of  the  Inductive  Sciences,”  2d  ed.,  vol.  n.,  p.  200. 
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fession.  Letters  that  we  received  later  and  now  receive,  evidently  come 
from  many  of  the  best  men  in  the  profession.  As  the  science  develops, 
brains  and  culture  are  attracted  to  it.  In  our  large  cities,  those  who 
are  studying  this  subject  are  among  the  most  promising  names  in 
science. 

In  1825,  Sarlandiere  proposed  the  employment  of  acupuncture  needles 
in  galvanization,  so  that  the  current  could  be  more  exclusively  and  defi- 
nitely localized  on  the  desired  nerve  or  organ.  This  method  of  treatment 
was  called  electro-puncture.*  He  used  for  this  purpose  franklinic  elec- 
tricity. Subsequently  Magendie  successfully  experimented  with  galvano- 
puncture  in  neuralgia,  paralysis,  and  other  nervous  diseases. 

The  discovery  of  electro-puncture  was  the  beginning  of  the  science  of 
electro-surgery,  a department  which  at  that  time  commanded  a wider  in- 
terest than  the  medical  use  of  electricity,  and  which  has  now  a most  im- 
portant position  in  science. 

Gerard  and  Pravaz  suggested,  and  Petrequin  and  Ciniselli  succeeded 
in  curing  aneurism  by  galvano-puncture.  Subsequently  galvano-cauter- 
ization  has  been  investigated  by  Steinheil,  Middeldorpff  (1859),  Amussat, 
Althaus,  Byrne,  ourselves,  and  many  others. 

In  1826  Baumd  published  in  London  a work  on  galvanism,  which  two 
years  later  reappeared  in  a different  form,  and  was  translated  into  French 
by  Fabre  Palaprat,  wFo  was  the  first  to  use  the  galvanic  current  in  electro- 
puncture. The  modem  and  practical  development  of  galvano-therapeutics 
will  be  found  illustrated  in  the  succeeding  pages  of  this  work. 

The  Era  of  Faradizatiofi. — The  publication  of  the  discovery  of  induc- 
tive electricity  by  Faraday,  in  1831-32,  changed  the  whole  course  of  elec- 
tro-therapeutics. On  the  basis  of  this  discovery  electric  machines  were 
constructed  that  were  both  more  reliable  and  more  convenient  than  the 
ordinary  voltaic  pile.  The  first  magneto-electric  machine  was  constructed 
by  Pixii  in  1832,  and  was  first  employed  in  the  treatment  of  diseases  by 
Neef  of  Frankfort.  Afterwards  electro-magnetic  (volta-electric)  machines 
were  constructed  by  Neef,  Clarke,  Stohrer,  and  others,  which  from  time  to 
time  have  been  variously  modified  by  a large  number  of  experimenters  in 
different  countries. 

From  this  time  electricity  in  the  form  of  faradization  began  to  be  ex- 
^nsively  and  indiscriminately  employed,  both  in  this  country  and  in 
urope.  It  was  used  by  the  laity  as  well  as  by  the  profession,  though  at 
rst  without  any  recognized  method,  and  without  any  very  clear  ideas  of 
t e indications  for  which  electrization  was  adapted.  Since  that  time  four 
istinct  methods  of  medical  electrization  have  been  introduced,  in  which 
e galvanic  as  well  as  the  faradic  current  have  been  appropriated,  and 
un  er  one  or  the  other  of  which  may  be  classed  all  the  applications  of 
1C  or  galvanic  electricity  that  have  since  been  employed.  These 
* ‘‘  Mem.  sur  I’electro-puncture,”  Paris,  1825. 
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methods  are  localized  faradization,  localized  galvanization,  general  fara- 
dization, and  central  galvanization. 

History  of  Localized  Faradizatmi. — The  history  of  localized  electrization 
is  identified  with  the  name  of  Duchenne,  whose  experiments  and  discover- 
ies have  given  such  an  impetus  to  this  important  and  growing  department. 
Duchenne  was  not,  however,  the  first  to  employ  localized  faradization. 
Prior  to  his  time,  faradization  had  been  used  by  Masson  in  France,  and 
Neef  of  Frankfort;  and  in  this  country  it  has  been  employed  by  the  pro- 
fession and  by  the  laity  from  the  period  of  the  first  popularization  of 
machines  of  induction. 

Even  as  early  as  1843  localized  faradization  was  used  in  this  country 
side  by  side  with  general  faradization,  though,  like  the  latter,  it  had  re- 
ceived no  distinct  nomenclature,  and  was  indiscriminately  recommended 
and  unscientifically  applied.*  The  two  methods,  localized  and  general, 
were  frequently  confounded,  and  both  were  known  under  the  vague  term, 
electrifying.”  Duchenne’s  earliest  attempt  to  call  tire  attention  of  the 
profession  to  this  subject  is  thus  recorded  in  his  own  words: 

“ De  Fart  de  limiter  I’excitation  dlectrique  dans  les  organes  sans 
piquer  ni  inciser  la  peau,  nouvelle  mdthode  d’dlectrisation  appelee  Elec- 
trisation local  isEe,  et  dont  les  principes,  rEsumEs  dans  une  note  adressEe 
en  1847  h I’AcadEmie  des  Sciences,  ont  EtE  dEveloppEs  et  publiEs  dans 
les  archives  gEnErales  de  MEdecine  en  juillet  et  aofit  1850,  et  fEvrier  et 
mars  1851.”  In  1855  he  published  his  chief  work,  “ De  I’Electrisation 
LocalisEe,  et  de  son  Application  h,  la  Physiologic,  la  Pathologic,  et  ^ la 
ThErapeutique.” 

This  work  became  known  to  the  profession  in  Germany  through  the 

abridged  translation  of  Dr.  Erdmann. 

The  leading  idea  of  the  method  of  localized  faradization  of  Duchenne 
was,  that  the  current  can  be  localized  over  a fixed  point  under  the  skin  if 
well-moistened  conductors  are  strongly  pressed  upon  the  skin. 

He  observed— what  is  perfectly  familiar  to  all  experimenters  in  elec- 
tro-therapeutics— that  when  dry  electrodes  are  applied  to  the  dry  skin, 
sparks  with  a crackling  sound  are  produced,  but  no  sensation  and  no 
muscular  contraction.  He  observed  that  when  the  electrodes  are  wel 
moistened,  contractions  are  excited  in  the  muscles,  with  the  phenomena  of 


sensation. 

He  recommended  three  forms  of  electrodes— solid  metallic  electrodes. 


metallic  brushes,  and  the  hand. 

On  these  observations  and  experiments  Duchenne  based  a system  0 
electro-therapeutics  and  electro-diagnosis  which,  as  since  refined,  e\ 


* In  Pike’s  “ Catalogue  of  Mathematical,  Optical,  and  Philosophical  Ins  r . 
1848,  there  is  a cut  of  the  faradic  apparatus  that  had  been  in  use  for  five  years  \ 
early  experimenters.  The  same  work  also  contains  a cut  illustrating  their  me 
localized  faradization  of  the  leg. 
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oped,  and  modified  by  himself  and  by  numerous  other  laborers  in  various 
countries,  has  now  grown  into  a permanent  department  of  science. 

Localized  faradization  was  appreciated  by  electro-therapeutists  more 
rapidly  than  some  of  the  other  methods  of  using  electricity,  as  electrol- 
ization,  general  faradization,  galvano-cautery,  and  central  galvanization, 
for  the  reason  that  it  is  the  easiest  learned  of  all  the  methods  and  requires 
only  the  simplest  and  cheapest  form  of  battery.  To  be  an  expert  in  it 
requires  a degree  of  skill  and  experience  and  manual  facility,  as  well  as 
familiarity  with  the  diseases  for  which  it  is  indicated,  and  some  knowl- 
edge of  electro-physics  and  electro-physiology  are  of  essential  service; 
but  in  none  of  these  respects  is  this  method  as  exacting  as  any  one  of  the 
others. 

Hence  it  is  that  localized  faradization  is  the  method  with  which 
novices  usually  begin  their  experiments  in  this  branch,  and  it  is  the 
method  which  by  the  mass  of  the  profession  is  now  more  used  than  any 
other. 

Among  specialists,  however,  of  all  countries,  localized  galvanization 
is  more  used  than  localized  faradization,  since  it  meets  on  the  whole,  as 
experience  shows,  a larger  range  of  indications. 

History  of  Localized  Galvanization. — One  of  the  ablest  and  most  promi- 
nent of  those  whom  the  writings  of  Duchenne  inspired  to  enter  upon  the 
study  of  electro-therapeutics  was  Professor  Remak,  of  Berlin.  His  first 
work,  “Ueber  Methodische  Electrisirung  Gelahmter  Muskeln,”  “On  the 
Methodical  Electrization  of  Paralyzed  Muscles,”  was  published  in  1855. 
In  this  work  he  revived  and  recalled  the  attention  of  the  profession  to  the 
galvanic  current,  and  he  furthermore  announced  that  in  order  to  bring  a 
muscle  to  complete  contraction  it  is  better  to  excite  its  motor  nerves  than 
to  allow  the  current  to  operate  on  the  muscular  substance  itself.  His 
second  work,  “ Galvano-Therapie  der  Nerven-  und  Muskel-Krankheiten,” 
was  published  in  1858. 

Remak  became  the  founder  of  a school  of  electro-therapeutists  in  Ger- 
many,  as  Duchenne  had  been  in  France.  Their  systems,  as  has  been  said, 
differed  in  two  important  particulars : both  used  localized  electrization. 
Buchenne  used  the  faradic  current,  making  the  applications  to  the  . 

cles;  Remak  used  the  galvanic  current,  making  the  applications  to  the 
tor  nerves. 

Duchenne  declared  that  the  galvanic  current  was  useless  for  the  treat- 
ment of  disease,  while  Remak  contended  that  it  was  the  only  current  that 
was  of  any  value.  Duchenne  was  unwilling  to  admit  the  reality  of  the 
( iscoveries  of  Remak,  and  Remak  as  emphatically  rejected  the  conclusions 

Duchenne.  Both  enforced  their  statements  by  the  results  of  expert- 
ments,  and  both  appealed  to  experience. 

It  is  now  well  recognized  by  all  electro-therapeutists  that  there  was 
^ut  on  both  sides  of  this  interesting  controversy — that  the  galvanic  and 


mus- 

mo- 
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faradic  currents  are  both  of  service  in  the  diagnosis  and  treatment  of  dis- 
ease, and  that  too  in  more  than  one  mode  of  application.  We  now  see 
that  if  Duchenne  was  too  dogmatic,  Remak  was  too  extravagant,  but  that 
both  of  them,  by  their  experiments  and  labors,  were  of  positive  service  to 
science,  and  made  the  way  easier  and  safer  for  those  who  have  since  fol- 
lowed them  in  the  department  of  localized  electrization. 

Remak,  shortly  before  his  death,  published  a work  entitled  “Ap- 
plication du  Courant  constant  au  Traitement  des  Ndvroses,”  Paris, 
1865,  which  contained  the  leading  ideas  of  his  system,  and  has  been 
the  means  of  stimulating  many  other  experimenters  in  this  difficult  de- 
partment. 

Remak  did  more  than  merely  introduce  the  galvanic  current  to  tire 
profession — he  discovered  and  recommended  special  applications  of  the 
current,  and  suggested  the  theory  of  its  catalytic  action.  He  was  the  first 
to  scientifically  investigate  localized  galvanization  of  the  cervical  sympa- 
thetic, of  the  brain  and  spinal  cord,  and  thereby  greatly  widened  the 
sphere  of  electro-therapeutics.  Although  at  first  his  theories  were  scouted 
and  his  statements  discredited,  yet  since  his  death  they  have,  in  the  main, 
been  strikingly  confirmed,  and  are  now  regarded  as  accepted  facts  in 
science. 

Even  during  this  last  era,  franklinic  electricity  has  been  by  no  means 
laid  aside.  In  1847  Dr.  Golding  Bird  published  very  remarkable  results 
obtained  in  the  treatment  of  amenorrhoea  by  static  electricity,  in  Guy’s 
Hospital.  He  made  use  of  a Leyden  jar.  Franklinic  electricity  has  been 
successfully  used  by  Drs.  Gull  and  Clement.  It  has,  for  a number  of 
years,  been  successfully  employed  by  Ur.  Radcliffe  and  others,  in  the  Lon- 
don Hospital  for  the  Paralyzed  and  Epileptic.  Quite  recently  Professor 
Schwanda,  of  Vienna,  has  reported  suggestive  results  from  franklinic  elec- 
tricity generated  by  Holtz’s  electrophorus  machine.  Dr.  Arthius,  of  Pans, 
published  a work  on  the  subject,  and  with  improved  apparatus  the  results 
have  been  better  and  its  literature  increasingly  abundant. 

Localized  faradization  and  galvanization  has  been  developed  and  im- 
proved in  France,  in  Germany,  in  England  and  America,  by  a number  of 
able  and  laborious  men  of  science.  Among  the  voluminous  authors  who 
wrote  prior  to  the  more  recent  developments  in  this  department  may  be  men- 
tioned the  names  of  Meyer,*  Becquerel,f  Baierlacher,j;  Althaus,§  Tnpier,! 


* “ Die  Electricitat  in  ihrer  Anwendung  auf  praktische  Medicin,  Berlin,  1854  and 

1868.  Translated  by  Dr.  Hammond.  _ 

t “ Traite  des  applications  de  I’electricite  i la  Therapeutque,  Pans,  i8p. 
j:“Die  Inductions-Electricitat  in  physiologisch-therapeutischer  Beziehung, 

I’ “Treatise  on  Medical  Electricity,”  London,  1859.  Latest  edition,  1873. 
vanism  in  Paralysis,  Neuralgia,  etc.,”  1866. 

I “ Manuel  d’Electrotherapie,”  Paris,  1861. 
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Rosenthal,*  Frommhold,f  Ziemssen,J  Garratt,§  Benedikt,||  Brenner,^ 
Cyon.** 

History  of  General  Faradization. — In  general  faradization  the  aim  is 
to  bring  the  whole  body  under  the  influence  of  the  faradic  current,  so  far 
as  is  possible,  by  external  application. 

The  origin  of  general  faradization,  like  that  of  localized,  is  somewhat 
uncertain,  since  it  is  difficult  to  determine  how  long  it  was  used  by  the 
laity  before  we  formally  introduced  it  to  the  profession.  It  is  certain 
that  both  methods  have  been  in  popular,  and,  to  a certain  extent,  in  pro- 
fessional use  in  America,  from  a period  not  long  subsequent  to  the  popu- 
larization of  the  discovery  of  induction,  certainly  a long  time  before  they 
were  introduced  to  the  profession.  One  of  the  first— and  probably  the 
very  first — to  employ  a fonn  of  general  faradization  was  William  Miller, 
of  New  York,  who  began  the  empirical  use  of  this  system  of  treatment  in 
1843.  Since  that  time  some  form  of  general  faradization  has  been  em- 
ployed by  Sherwood,  of  New  York;  Dr.  W.  Demming,  of  Portland;  Drs. 
Garratt,  Cross,  and  Guthrie,  of  Boston;  Dr.  Wells,  of  Rochester,  N.  Y. ; 
Drs.  Page  and  Channing,  and  by  a very  large  number,  both  in  the  profes- 
sion and  out  of  it,  of  whose  names  and  special  methods  but  little  is 
known,  since  they  have  taken  but  little  pains  to  establish  the  treatment  on 
a scientific  basis,  or  to  introduce  it  to  the  attention  of  the  profession. 
Many  of  these  practitioners  combined  localized  with  general  faradization,' 
and  some,  perhaps  the  majority,  employed  the  latter  exclusively,  though 
with  little  definiteness  or  precision.  Although,  as  has  been  said,  some  of 
these  early  experimenters  were  educated  physicians,  the  majority  were  i-- 
norant  not  only  of  medicine,  but  of  every  other  department,  and  not\ 
tew,  unfortunately,  were  as  unprincipled  as  they  were  ignorant. 

Although  many  of  these  experimenters  were  laymen,  although  they  had 
no  part  nor  lot  in  the  realm  of  science,  and  although  many  of  them  were 
as  devoid  of  conscience  as  of  intellect,  yet  we  should  none  the  less  eagerly 
Sovtj  accept  whatever  o£  truth  they  may  have  stumbled  upon  or 
sewered.  In  the  history  of  therapeutics  it  has  often  been  the  fortune 

which  r°""l  “ great  fact  for 

“Nearlf e '‘'t  =>8“  has  sought  in  vain.  Says  Dr.  StilW, 

y very  medicine  has  become  a popular  remedy  before  being 

■Shl"  lII  “iS'Xs.'.''"  Anwendung  in  der  M.dbm,”  Wk„, 

'“Jen  StmdX'ShiH  I vom  prak- 

8 Medicin,”  Berlin,  1866. 

I ..‘i,  Electricity,”  Philadelphia,  1866. 

1 Electrothdrapie,’*  Wien,  1868.  Second  edition,  1874. 

iSeTunShg"  ^^^obachtungen  auf  dem  Gebiete  der  Elektrotherapie,' 

* I’nncipes  d’Electrotherapie,” Paris,  1873. 
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adopted  or  even  tried  by  physicians * and  according  to  Pereira,  nux 
vomica  is  one  of  the  few  remedies  the  discovery  of  which  is  not  the  effect 
of  mere  chance,  f 

Impartial  history  must,  we  think,  record  that,  before  Duchenne  and 
Remak  were  known  on  either  side  of  the  Atlantic,  before  our  more  recent 
electro-therapeutists  had  commenced  their  professional  labors  or  studies, 
there  were  in  this  land  not  a few  empirics  who,  by  some  form  of  general 
or  localized  faradization,  or  both  combined,  or  by  methods  various  and 
inconsistent,  and  in  spite  of  their  own  ignorance  or  vice,  were  achieving 
successes  in  the  treatment  of  disease  which,  in  certain  features,  even  the 
most  advanced  physicians  of  our  day  have  not  yet  surpassed.  If  they  did 
not  belong  to  the  chosen  ranks  of  the  profession,  it  is  none  the  less  tiue 
that  the  results  which  they  secured  w^re  oftentimes  such  as  the  ablest 
leaders  in  science  might  well  have  envied.  If  their  methods  were  em- 
pirical, their  empirici.sm  was  often  justified  by  its  success.  If  theii  no- 
menclature was  imperfect  and  confused,  and  their  diagnosis  erroneous,  yet 
their  confusion  and  errors  were  not  a little  redeemed  by  the  skill  with 
which  they  met  emergencies  when  the  therapeutist  was  far  more  needed 
than  the  pathologist  or  the  diagnostician.  The  great  defect  of  these  em- 
pirics was  not  in  their  results,  which  oftentimes  were  truly  remarkable, 
but  in  the  fact  that  their  general  ignorance,  and  especially  their  ignorance 
of  medicine,  rendered  it  impossible  for  them  to  discriminate  in  their  cases 
or  their  methods,  or  to  intelligently  communicate  their  experience  to 
others,  or  in  any  way  to  make  it  of  permanent  value  to  science.  Phey 
treated  all  cases  about  alike,  without  reference  to  the  pathological  condi- 
tion, and  in  spite  of  all  their  successes  frequently  failed  where,  with  better 

knowledge,  they  might  have  succeeded.  ^ ^ 

In  Europe,  so  far  as  we  can  ascertain  from  the  published  writings  on 
the  subject,  or  from  our  own  personal  observation,  the  method  of  genera 
faradization,  as  described  in  this  work,  had  not  been  used  or  recom- 
mended, at  least  by  men  of  science.  In  1852  Beckensteiner  J sugges  ed 
the  ideaof“animalizing”  static  electricity  by  passing  it  through 
body  of  the  operator,  and  making  passes  over  or  near  the  patient. 

In  1857  M.  Dropsy  § de  Cracow  published  a new  method  of  faia 
tion,  the  modus  opcramii  of  which  consisted  in  connecting  an  electrode  ) 
two  branches  on  the  top  of  the  head  and  the  epigastrium  while  the  otli 
electrode  was  connected  by  four  branches  with  the  hands  and  feet. 


* “ Therapeutics,”  vol.  i.,  p.  3i-  The  same  author  states  that  “ ^ 

number  of  [medicines]  were  first  employed  in  countnes  which  were  and  are 


state  of  scientific  ignorance.”  1 „ , oHrled  to  this 

t “ Materia  Medica.”  vol.  ii.,  p.  336.  Hydrate  of  chloral  may  now  be  added 


list 


Etudes  sur  I’Electricite,”  Paris,  1859.  . -1  hneee  sur  de  nou- 

§ “ Electrotherapie  en  application  medicale  pratique  de  1 electncite  baste 
veaux  procedes,”  Paris,  1857,  in  8vo. 
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each  sitting  the  poles  were  reversed.  In  1858  Seiler*  proposed  to  cure 
consumption  and  many  other  obstinate  and  incurable  diseases  by  passing 
a faradic  current  through  two  electrodes  near  to  but  not  over  the  body  of 
the  patient. 

In  1863  Gubler  f suggested  the  treatment  of  conditions  of  debility  by 
placing  both  hands  and  feet  in  separate  basins  containing  salt  water,  and 
passing  a faradic  current  through  the  body. 

Our  own  attention  was  called  to  the  subject  of  general  faradization  in 
1867,  and  in  that  and  the  following  year  we  introduced  it  to  the  prpfes- 
sion,  describing  in  a general  way  its  powerful  tonic  effects  and  modus 
opera  ndi.\ 

The  name  general  electrization,  as  descriptive  of  this  method  of  treat- 
ment, was  first  employed  by  us  and  in  the  writings  to  which  we  have  re- 
ferred. In  the  present  edition  of  this  treatise  we  restrict  the  terms  to 
general  faradization,  for  the  reason  that  our  method  of  central  galvaniza- 
tion, to  be  hereafter  described,  has  to  a considerable  extent  taken  the 
place  of  general  galvanization. 

Our  own  claims  in  regard  to  general  faradization  are : 

I St.  To  have  studied  the  method  as  practised  by  the  laity,  and  to  have 
improved  it,  reduced  it  to  a system,  and  given  it  a scientific  basis,  and  to 
have  showm  its  relations  to  other  methods  of  using  electricity — in  short, 
to  have  done  for  this  method  what  Duchenne  did  for  localized  faradiza- 
tion. 

2d.  To  have  interpreted  its  special  and  general  effects,  giving  it  a 
name,  pointing  out  the  true  rationale  of  the  method,  and  the  indications 
for  its  use. 

3d.  To  have  first  called  the  attention  of  the  profession  to  this  method, 
enforcing  our  views  by  the  results  of  personal  experiments. 

4th.  To  have  discovered  in  our  experiments  with  this  method  that 
electrization  distinctly  aided  nutrition,  was  a tonic  of  great  and  varied 
efficacy,  and  therefore  indicated  in  a large  range  of  conditions  of  debility, 
and  to  have  forced  this  fact  on  the  professional  mind  until  it  has  become 
widely  accepted,  and  has  become  the  basis  for  the  use  of  electricity  in  the 
treatment  of  medical  diseases. 

1 he  length  of  time  required  to  make  a thorough  application  of  general 
faradization,  and  the  amount  of  practice  necessary  to  acquire  skill  and  fa- 
cility in  its  employment,  have  interfered  somewhat  with  its  popularization 
among  specialists  in  electro-therapeutics;  but  in  spite  of  these  difficulties 
the  method  is  now  used  wdth  the  highest  success  by  hundreds  of  physi- 
cians, specialists,  and  general  practitioners. 


Galvanisation  par  influence,”  Paris,  1858. 

+ <.  * Electrization  generale,”  Bulletin  de  Therapeutique,  December,  i'863. 

-p*  . ;'Iedical  Use  of  Electricity,  with  special  reference  to  General  Electrization; 
onic,  etc.  Beard  and  Rockwell,  New  York,  1867. 
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In  Germany  the  method  has  been  from  the  first  received,  in  part 
through  the  careful  resume  of  Professor  Erb,  of  Heidelberg,  with  greater  in- 
terest and  appreciation  and  with  more  favorable  consideration  than  in  any 
other  country,  excepting  perhaps  the  United  States.  Dr,  R.  Vater,  of  the 
University  of  Prague,  in  his  preface  to  the  German  translation  of  the  first 
edition  of  tliis  work,  has  warmly  recommended  the  metliod,  basing  his 
recommendation  on  his  own  personal  experience;  and  Benediktof  Vienna, 
in  the  latest  edition  of  his  work,  and  others  have  given  the  method  intel- 
ligent and  appreciative  consideration. 

History  of  Central  Galvanization. — The  method  of  central  galvaniza- 
tion as  has  been  described  in  our  published  papers  » (Electricity  and  the 
Sphygmograph,”  New  York  Medical  Record,  December  15th,  1871;  also 
“Recent  Researches  in  Electro-Therapeutics,”  October,  1872,  by  Dr. 
Beard;  “Central  Galvanization,”  New  York  Medical  Journal,  May,  1872, 
by  Dr.  Rockwell),  consisted  in  placing  the  negative  pole  at  the  epigas- 
trium, while  the  positive  was  applied  over  certain  portions  of  the  head, 
over  the  sympathetic  and  pneumogastric  in  the  neck,  and  down  the  whole 
length  of  the  spine  from  the  first  to  the  last  vertebra.  _ At  that  time  we 
had  used  the  method  with  the  highest  success  in  hysteria,  insanity,  neur- 
asthenia, gastralgia,  dyspepsia,  and  certain  diseases  of  the  skin,  and  since 
that  time  this  method  has  been  extended  to  a wide  variety  of  affection  . 
In  some  diseases  it  has  supplemented,  in  others  it  has  supplanted,  general 
faradization  and  galvanization  of  the  cervical  sympathetic. 

The  names  of  some  of  the  more  recent  investigators  in  the  rea  m 
medical  electricity  have  either  already  been  mentioned  in  the  prevm^^^^^ 
chapters  of  this  work,  or  will  appear  in  the  section  devoted  to  practical 
electro-therapeutics  in  connection  with  the  work  they  have  done. 


CHAPTER  II. 


GENERAL  THERAPEUTIC  ACTION  OF  ELECTRICITY. 

Electricity  in  its  Medical  Relatmis  is  a Stimulating  Sedative  Tome. — 
The  cause  of  medical  electricity  has  been,  and  still  is,  greatly  retarded  by 
vague  and  incorrect  notions  of  the  position  of  electricity  in  the  materia 
medica.  It  has  been  classed  as  a stimulant,  and  up  to  the  time  when  w^e 
began  to  write  on  the  subject,  nearly  all  the  writers  on  the  subject  had 
assumed  without  question  or  discussion  that  the  stimulating  action  was 
the  main  if  not  the  only  action  of  electricity.  The  idea  that  it  was  also 
a tonic  in  the  sense  of  aiding  nutrition  was  not  even  discussed.  The 
first  formal  presentation  of  the  use  of  electricity  by  the  method  of  general 
faradization  appeared  in  our  paper,  based  on  considerable  experience  and 
many  experiments,  and  entitled  ‘‘Electricity  in  the  Treatment  of  Rheu- 
matic Affections,”  and  published  in  the  Mledical  Record.  In  this  and  sub- 
sequent papers  the  nutritive  effects  of  electricity  were  fully  demonstrated. 
Those  few  in  the  profession  who  used  electricity  at  all  had  gone  no  further 
than  Duchenne,  and  supposed  that  when  they  had  used  this  agent  to  prick 
up  palsied  muscles  they  had  exhausted  its  therapeutic  indications.  In 
obedience  to  the  same  narrow  and  exclusive  dogma,  electricity  was  sup- 
posed to  be  exclusively  contraindicated  in  febrile  and  inflammatory  affec- 
tions, and  was  supposed  to  be  of  value  only  in  a very  limited  range  of 
subacute  and  chronic  diseases.  The  acceptance  of  the  view  that  elec- 
tricity powerfully  influences  nutrition  has  wrought  a revolution  in  electro- 
therapeutics. An  agent  which  was  formerly  used  mainly  if  not  exclu- 
sively in  paralysis  and  rheumatism  is  now  used,  and  with  far  more 
brilliant  success,  in  hysteria  and  affections  allied  to  it,  in  anaemia,  neur- 
asthenia, in  nervous  dyspepsia,  neuralgia,  chorea,  in  the  convalescence 
from  fevers,  in  many  forms  of  pain  and  debility,  and  even  in  some  cases 
of  insanity. 

It  is  necessary  to  state,  at  the  outset,  that  in  classing  electricity  as  a 
stimulating  sedative  tonic,  we  use  the  words  in  the  sense  in  which  they 
are  ordinarily  understood  and  employed  when  applied  to  other  remedies 
and  systems  of  treatment,  and  without  any  reference  to  the  mere  verbal 
distinctions  that  may  be  or  have  been  made  in  the  classification  of  materia 
medica.  And  yet  the  derivation  of  the  term  from  the  Greek  r- Aw,  “ I 
stretch,”  and  from  still  another  word  to'.>0(o,  “ I brace  or  give  vigor,”  is 
sufficiently  suggestive.  We  speak  of  toning  a violin,  so  that  its  strings 


198 


ELECTRO-THERAPEUTICS. 


give  forth  a clearer  and  better  sound.  We  do  this  by  making  them  more 
tense.  By  tlris  figurative  allusion  our  treatises  on  materia  medica  and 
therapeutics  describe  tonic  medicines  as  those  which  gradually  produce 
the  requisite  degree  of  tension  of  the  nervous  system  and  of  the  living 
fibre  generally,  and  which  enable  it  fitly  to  respond  to  all  of  its  natural 
and  appropriate  stimuli.  The  idea  of  tension  is  inseparably  connected 
with  all  our  notions  of  vital  force,  because  the  most  common,  if  not  the 
only  conception  we  possess  of  organic  power  is  derived  from  our  experi- 
ence of  the  phenomena  of  muscular  force,  which  is  always  displayed  in 
connection  with  the  tension  of  muscular  fibre.* 

Stimulants  are  usually  understood  to  be  those  agents  which  quickly 
excite  the  system,  and  temporarily  arouse  its  activity.  They  are  like  the 
goad,  which  forces  the  exhausted  beast  to  draw  the  burden,  but  does  noth- 
ing to  increase  his  strength;  or  like  the  blast  of  the  furnace,  which  in- 
creases the  combustion,  but  adds  no  fuel.  We  do  not  accept  this  defini- 
tion, but  would  prefer  to  regard  stimulants  as  those  agents  that  correct, 
intensify,  or  economize  the  forces  of  the  system. 

Sedatives  may  be  severally  defined  as  those  agents  that  allay  irrita- 
bility and  pain  and  induce  natural  repose. 

Tonics  are  ordinarily  understood  to  be  those  agents  which  gradually 
improve  nutrition,  restore  enfeebled  functions,  invigorate  the  system,  and 
permanently  increase  its  capacity  for  labor. 

It  is  because  electrization  is  capable  of  producing  at  once  the  effects 
which  are  ascribed  to  all  these  classes  of  agents  that  we  have  defined  it 
a stimulating  sedative  tonic. 

These  various  effect.s  are  not  always  mathematically  distinct,  but  run 
into  each  other.  The  stimulant  effect  may  at  once  lead  to  sedation,  and 
the  permanent  improvement  to  nutrition  follows  after  a long  time,  and  is 
in  part  a result  of  both  stimulation  and  sedation. 

Of  these  three  orders  of  effects,  stimulation,  sedation,  and  improvement 
in  nutrition,  stimulation  is  the  one  that  is  of  the  least  importance,  and 
yet  it  is  the  one  that  first  strikes  the  observation,  and  the  one  which  until 
very  recently  has  been  regarded  as  the  exclusive  test  for  the  use  of  elec- 
tricity in  medicine.  If  electricity  were  merely  a stimulant  it  would 
scarcel}'  pny  to  use  it  in  the  treatment  of  disease,  for  its  range  would  be 
so  narrow,  and  the  result  of  its  use  even  in  that  narrow  range  so  temporary 
and  unsatisfactory,  that  physicians  would  not  find  it  to  their  advantage  to 
spend  time  and  labor  in  making  the  applications. 

The  ill  success  of  all  previous  attempts  to  popularize  electro-thera- 
peutics is  to  be  explained  in  part  by  the  fact  that  those  who  experimented 
with  it  looked  upon  it  as  a simple  stimulant  and  nothing  more,  an 
recommended  it  accordingly.  If  it  depended  on  its  stimulating 
only,  the  cause  of  electro-therapeutics  would  have  little  vita  ity. 

* Stille  : “ Therapeutics  and  Materia  Medica.” 
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reason  why  electricity  is  now  growing  in  popularity  in  the  profession  is 
because  it  is  found  to  relieve  all  forms  of  pain,  and  to  add  tone  to  the 
system  and  improve  nutrition  after  ordinary  sedatives  or  tonics  have  failed. 

Tonic  Effects  of  Electricity  Best  Elicited  by  General  Faradization,  Frank- 
linization, and  Central  Galvanization.— K&Ti'&oxEsyg  from  analogy,  as  well 
as  from  experience,  it  would  seem  that  the  full  effects  of  electricity  on  the 
human  body  could  only  be  obtained  by  making  the  applications  all  over 
the  person  and  on  the  central  nervous  system  in  such  a way  as  to  affect 
the  whole  system.  The  influence  of  any  drug  or  remedial  agent  on  the 
constitution  can  only  be  ascertained  by  bringing  the  whole  system  under 
that  influence.  A man  who  habitually  washes  one  of  his  fingers  in  cold 
water  appreciates  the  tonic  effects  of  the  cold  only  in  that  finger , but  a 
man  who  habitually  takes  a shower  bath,  or  plunges  into  a tub  of  cold 
water,  realizes  powerful  tonic  effects  on  his  entire  system.  If  a man  dail)' 
exposes  one  arm  to  the  sunlight,  while  the  rest  of  the  body  is  enclosed  in 
a dark  cell,  he  receives  direct  tonic  effects  only  in  the  exposed  member; 
but  he  who  walks  forth  and  exposes  his  whole  person  to  the  solar  rays  will 
in  time  experience  the  full  tonic  effect  of  sunlight  on  his  system.  If  one 
hand  or  one  foot  is  vigorously  and  regularly  exercised,  the  muscles  of 
that  limb  exhibit  the  tonic  effects  of  the  exercise,  and  increase  in  hardness 
and  perhaps  in  size ; but  if  all  the  portions  of  the  body  are  vigorously  and 
regularly  exercised,  all  the  principal  muscles  will  increase  in  firmness  and 
perhaps  in  size,  and  tonic  effects  will  be  appreciated  by  the  entire  system. 

Just  so  with  all  other  tonic  remedies  and  influences.  If  quinine, 
str)'chnine,  iron,  arsenic,  oil,  etc.,  could  be  localized  in  a single  limb, 
only  that  limb  would  be  directly  influenced  by  them.  Their  tonic  effect 
is  only  obtained  by  administering  them  in  such  a way  that  they  will  pene- 
trate every  portion  of  the  body. 

Electricity  is  no  exception  to  this  law.  In  order  to  ascertain  its  full 
effects  on  the  system  at  large,  and  to  determine  its  position  among  reme- 
dies, the  applications  must  be  made  in  such  a way  that  the  whole  system 
shall,  so  far  as  possible,  be  directly  or  indirectly  brought  under  its  in- 
fluence. This  is  best  accomplished  by  the  methods  of  general  faradiza- 
tion, central  galvanization,  and  the  various  methods  of  franklinization  that 
are  hereafter  to  be  explained  in  detail. 

In  making  a detailed  comparison,  therefore,  between  the  effects  of 
electrization  and  the  effects  of  recognized  tonics — quinine,  iron,  strych- 
nine, physical  exercise,  sunlight,  cold  bathing,  etc. — it  is  logically  neces- 
sary that  the  applications  should  be  so  given  that  the  whole  body  should 
be  brought  under  the  direct  influence  of  the  current,  just  as  it  is  brought 
under  the  influence  of  other  recognized  tonics  as  ordinarily  administered. 

I he  immediate  effects  of  an  application  of  .general  faradization,  central 
galvanization,  or  static  electricity,  are  often  a feeling  of  enlivenment  and 
exhilaration,  drowsiness,  temporary  relief  of  pain,  and  increased  warmth 


200 


ELECTRO-THERAPEUTICS. 


of  the  body.  The  same  effects  are  notably  observed  after  the  shower  bath 
a tumble  in  the  surf,  a brisk  walk  in  the  open  air,  or  from  the  administra- 
tion of  alcohol. 

Like  other  stimulating  tonics,  general  faradization,  central  galvaniza- 
tion, and  franklinization,  when  given  in  an  overdose  or  in  too  great  strength 
for  the  constitution  of  the  patient  or  the  condition  of  the  system  at  the 
time,  may  be  followed  by  secondary  or  reactive  effects  that  are  both  dis- 
agreeable and  positively  alarming.  The  second  or  third  day  after  an  in- 
judicious application,  very  sensitive  patients,  especially  at  the  outset  of 
treatment,  may  experience  soreness  in  the  muscles,  an  indefinable  feeling 
of  nervous  exhaustion,  irregularity  of  pulse,  and  sometimes  exacerbation 
of  special  symptoms.  It  is  well  known  that  severe  physical  exercise  will 
produce  all  these  unpleasant  secondary  effects,  especially  in  patients  who 
are  feeble  and  unaccustomed  to  muscular  exertion.  A cold  bath,  either 
in  tlie  surf  or  at  home,  that  is  too  prolonged  may  give  rise  to  all  these 
symptoms  the  night  or  day  following.  Unpleasant  effects  may  secondarily 
follow  an  overdose  of  our  ordinary  stimulants,  as  alcohol,  or  from  internal 
tonics,  as  iron,  quinine,  strychnine. 

'I’lie  i)ermanent  effects  of  tliese  general  methods  of  treatment  are  as 
closely  analogous  to  those  which  come  from  other  tonic  remedies  and 
systems  of  treatment  as  are  the  immediate  and  secondary  effects. 

d’he  very  marked  permanent  effect  of  general  faradization,  central  gal- 
vanization, and  general  franklinization  is  improvement  in  the  sleep. 
Thysical  exercise — walking,  boating,  gymnastics,  bowling — cold  bathing, 
and  the  ordinary  internal  tonics  do  the  same,  though  not  so  markedly  and 
with  far  less  uniformity. 

These  methods  also  permanently  improve  the  appetite  and  digestive 
capacity,  and  regulate  the  bowels.  Improvement  in  the  various  operations 
of  digestion  is  one  of  the  most  uniform  effects  of  our  ordinary  tonics,  and 
it  is  for  that  purpose,  more  perhaps  than  for  any  other,  that  they  are  em- 
ployed. 

Like  other  tonics,  general  faradization  and  central  galvanization 
equalize  the  circulation.  This  effect,  when  it  immediately  follows  an  ap- 
plication, is  merely  the  temporary  excitement,  similar  to  what  follows  a 
rapid  walk,  or  gymnastics,  or  alcoholic  stimulants,  and  soon  passes  away. 
But  when  it  becomes  a permanent  condition — when  the  patient  feels  less 
annoyance  from  chilliness  and  cold  extremities — it  is  a resultant  of  the 
improvement  in  nutrition. 

Like  other  tonic  measures — gymnastics,  active  games,  and  outdoor 
amusements,  etc.,  etc. — general  faradization,  central  galvanization,  and 
franklinization  cause  the  muscles  to  develop  in  size  and  hardness,  and 
sometimes,  though  by  no  means  uniformly,  produce  important  and  rapid 
increase  in  the  weight  of  the  body,  the  result  of  the  improvement  in  nutn- 
tion.  Increase  in  weight  is  familiarly  observed  after  a trip  of  pleasure,  a 
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vacation  in  the  country,  a voyage  by  sea,  and  very  frequently  indeed  from 
the  use  of  cod-liver  oil  and  strychnine.  General  faradization  sometimes 
causes  the  patient  to  increase  in  weight  from  the  very  outset  of  the  treat- 
ment, and  to  an  extent  that  is  most  surprising. 

Like  other  tonics,  these  electric  tonics,  in  their  ultimate  effects,  increase 
the  disposition  and  the  capacity  for  labor  of  the  brain  or  of  the  muscles. 
This  is  indeed  the  chief  end  to  which  all  tonic  treatment  is  directed,  inas- 
much as  diminished  capacity  for  labor  is  perhaps  the  condition  for  which 
tonics  are  most  frequently  advised,  and  it  does  not  usually  increase  the 
capacit}^  for  toil  until  it  has  first  improved  the  sleep,  the  appetite,  the 
digestion.  The  same  is  true  of  many  other,  if  not  all,  tonic  remedies. 

Experience  shows  that  the  general  methods  of  electric  treatment  are 
usually  contraindicated  in  those  diseases  and  for  those  temperaments  that 
will  not  bear  any  of  the  internal  tonics.  We  find  almost  invariably  that 
they  must  be  used  most  cautiously,  and  meet  with  their  worst  failures  in 
cases  where  quinine,  strychnine,  iron,  and  stimulants  have  proved  to  be 
injurious. 


Whatever  difference  of  opinion  there  may  be  concerning  the  rationale 
of  electrization,  or  whatever  dispute  there  may  be  concerning  the  use  and 
the  meaning  of  the  words  stimulant,  sedative,  and  tonic,  the  majority  of 
advanced  practical  electro-therapeutists  must  substantially  indorse  the 
emphatic  words  of  Professor  Niemeyer : “ In  the  constant  current  we  have  a 


means  more  powerful  than  any  other  of  modifying  the  nutritive  conditions 
of  parts  that  are  deeply  situated.”  * 

Ratmiale  of ^ E/ectrization.—ThQ  stimulating,  the  sedative,  and  the  tonic 
e ects  of  electrization  are  resultants  of  the  various  and  diverse  action  of 
the  currents  on  the  tissues.  These  effects  have  been  defined  as  mechanic, 
physical,  catalytic  (increase  of  circulation  and  absorption),  electrotonic 
(modification  of  nerve),  electrolytic  (electro-chemical  decomposition),  and 
chemic.  The  mechanic  effects  are  more  markedly  observed  from  the 
taradic  current,  the  other  effects  from  the  galvanic.  These  terms,  con- 
^ ered  as  explanations  of  the  action  of  electrization,  are,  it  must  be  ad- 

nl'pt  1 T-  “""^^'"f^'^tory,  since  they  are  incapable  of  exact  and  com- 
. e ehnition,  and  must,  to  a certain  extent,  include  each  other.  It  is 

rationale  of  electrization  as  of 
Physiol  remedies.  (See  chapter  on  the  subject  in  Electro- 


»»  Nerve  ?— Nearly  all  of  the  earlier 

• tricifv  Ti  electro-therapeutics  assumed  without  argument  that  elec- 

I transfnr  " ith  the  nerve  force,  or,  at  least,  that  it  was  directly 

! cidedlv  • '*^*^*^  Although  the  weight  of  evidence  is  at  present  de- 
^ y against  the  theory  of  the  identity  of  those  forces  (see-  Experiments 

^ ky,  vol,  li  p ^ ractical  Medicine.  Iranslation  of  Drs.  Humphreys  and  Hack- 
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of  Helmholtz)  yet  the  assumption  that  they  are  identical  or  can  be  di- 
rectly transformed  into  each  other,  still  lingers.  The  taking  phrase, 

“ Electricity  is  Life,”  is  constantly  used  as  the  war-cry  of  rival  instrument 
makers,  and  as  the  motto  of  travelling  charlatans,  on  the  street  corners  and 
at  country  fairs.  Whatever  future  science  may  unfold,  we  are  now  forced 
to  say  that  not  only  is  there  no  evidence  that  electricity  is  identical  with 
life,  but  also  that  the  theory  that  electricity,  when  applied  to  the  body,  is 
ever  directly  transformed  into  nerve  force  has  few  if  any  facts  or  argu- 
ments in  its  favor.  That  the  body  can  be  charged  with  electricity,  and 
that  the  normal  electricity  of  the  body  can  be  changed  in  character,  is 
clear  enough;  but  it  does  not  follow  that  such  changing  of  electric  con- 
dition has  any  direct  influence  on  the  quantity  or  quality  of  the  nervous 
force.  Whether  galvanic  or  faradic  electricity  charge  the  body  to  any  ex- 
tent in  passing  through  it  may  rightly  be  doubted;  if  they  leave  more 
electricity  in  the  body  than  they  found  in  it,  it  must  be  by  virtue  of  the 
direct  influence  of  the  current  over  the  nutrition.  Electricity  is  no  more 
life  than  light  and  heat  are  life.  Like  light  and  heat  it  may  sustain  life, 
not  by  direct  transformation,  but  indirectly  through  its  influence  over  nu- 
trition. When  the  light  of  the  sun  falls  on  a plant  or  animal,  when  arti- 
ficial heat  is  applied  to  a cold  and  paralyzed  limb,  growth  is  stimulated 
and  nutrition  improved,  but  not,  so  far  as  can  yet  be  demonstrated  by  any 
direct  transformation  of  light  or  heat  into  nervous  foi^e.  Similail),  also, 
we  have  no  siiflicient  evidence  as  yet  that  the  varied  and 
provement  in  nutrition  that  follows  electrization  is  the  result  of  ^nythi  g 
more  than  the  indirect  improvement  in  nervous  force,  which  is  a part 

result  of  the  general  improvement  in  nutrition.  . „ . c 

In  the  lime  and  manner  of  their  development  the  tonic  effects  o genera 
faradization  and  central  galvanization  resemble  those  of  other  tomes 

5Wp'.-This  slowness  of  ^=^101^™"*^ 
radical  distinction  between  tonics  and  mere  stimulants  The  ag 
stimulating  effects  which  immediately  follow  an  application  of 
lust  as  they  follow  the  use  of  gymnastics,  walking,  active  games,  et  ., 

;rJs  oVrmerge  into  the  permanent  or  tonic  effects  that  come  more  oi 

Weeksln/monthl  after  a patient  has  taken  a -- f 
by  general  and  central  electrization  he  may  con 

general  condition,  even  though  very  little  prog  y ^ 

while  the  applications  were  being  received.  vacations  are  some- 

trip  by  land,  of 

times  not  appreciated  until  after  we  nave  rerun 
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inquiry  now  very  naturally  arises,  why  it  is  that  the  important  fundamental 
fact — that  electrization  is  a powerful  means  of  improving  nutrition,  and 
capable  of  producing  effects  on  the  constitution  similar  to  those  which  are 
familiarly  obtained  from  the  tonics  in  every-day  use — has  escaped  the  ob- 
servation of  the  very  able  writers  who  in  different  lands  have  devoted  them- 
selves to  electro-therapeutics,  until  we  called  attention  to  them? 

The  inquiry  is  thus  answered : 

1.  Because  most  of  the  recent  scientific  observers  whose  writings  are 
authorities  in  electro-therapeutics  have  used  electricity  locally,  in  some 
form  of  “ localized  electrization.” 

For  obvious  reasons,  that  have  already  been  presented,  localized  elec- 
trization must  produce  chiefly  local  effects,  which  although  they  are  tonic 
in  their  character,  so  far  as  they  go,  and  reveal  themselves  by  marked  im- 
provement in  the  local  nutrition,  would  not  ordinarily  suggest  the  power- 
ful constitutional  tonic  powers  of  which  electrization  is  capable  when  ap- 
plied all  over  the  body,  any  more  than  the  feeble  effects  of  washing  the 
hands,  the  face,  or  the  feet,  or  any  single  member  or  organ,  would  suggest 
or  give  any  intimation  of  the  v'ell-known  constitutional  effects  of  surf- 
bathing or  the  shower  bath. 

Indirect  constitutional  effects  result  from  localized  electrization  of 
the  central  nervous  system,  and  especially  from  galvanization  of  the 
brain,  spine,  and  cervical  sympathetic,  although,  as  will  be  seen,  they  are 
not  as  marked  as  those  which  follow  general  faradization  and  central 
galvanization. 

It  is  a very  interesting  and  significant  fact,  however,  that  since  the 
I introduction  into  medical  practice  of  the  methods  of  localizing  the  gal- 
I vanic  current  in  the  nervous  centres  first  suggested  by  Remak,  electro- 
i therapeutists  have  achieved  success  in  a variety  of  diseases  associated 
' with  debility  and  impaired  nutrition,  where  before  electric  treatment 
was  supposed  not  to  be  indicated,  at  least  by  those  who  confined  them- 
i selves  to  localized  electrization.*  A suggestive  fact  relating  to  this  sub- 
ject is  that  Gubler,  who  was  one  of  the  very  few  European  writers  who 
had  used  faradization  in  such  a way  as  to  directly  affect  the  whole  system, 
also  remarked  tonic  effects  in  conditions  of  debility,  even  from  his  very 
awkward  and  imperfect  method. f 

2.  Because  the  immediate  effects  of  electrization  are  so  markedly  stim- 
u ating  as  to  suggest  the  idea  that  it  is  simply  and  only  a stimulant  or 
irritant.  In  some  of  the  cases  for  which  localized  electrization  are  used 

' read^^^*^^^^^^  effects  which  are  chiefly  desired.  But,  as  has  al- 

rea  y been  shown,  many  of  our  ordinary  tonics  are  primarily  stimulating, 

so  much  so  that  they  have  been  classed  as  stimulating  tonics. 


X Remak,  Meyer,  Benedikt,  Niemeyer 

® ^ ^^•'^cctrization  crenerale  conQiVlprf^p 


fusthio  ” T.  “'ectrization  generale  consideree  comme  agent  tonique  et  stimulant  dif- 
usiDle.  Bulletin  de  Therapeutique,  Uecembre,  1863. 
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There  is  little  question  that  if  many  tonics  in  ordinary  use  had  been 
used  only  locally,  as  electricity  has  been  used,  they  might  have  been  re- 
garded merely  as  stimulants. 

3.  Because  until  quite  recently  most  of  the  recognized  authorities  and 
writers  on  electro-therapeutics  of  modern  days  have  not  used  electricity  in 
those  diseases  and  morbid  conditions  where  tonics,  par  excellence,  were 
demanded.  They  have  used  the  agent  mainly  with  a view  to  stimulating 
effects,  and  in  some  form  of  localized  electrization.  On  this  principle 
they  have  treated  paralysis,  rheumatism,  neuralgia,  etc.  As  we  shall 
demonstrate  hereafter,  besides  those  diseases  in  which  the  efficacy  of  lo- 
calized electrization  is  fully  established,  the  morbid  conditions  and  symp- 
toms for  which  electrization  is  most  rapidly  and  permanently  successful 
are  precisely  those  in  which  we  use  our  ordinary  tonics— such  as  dys- 
pepsia, nervous  exhaustion,  insomnia,  hypochondriasis,  hysteria,  general 
neuralgia,  chorea,  spinal  irritation,  and  some  forms  of  paralysis  depen- 
dent on  or  associated  with  general  debility. 

Furthermore,  in  prosecuting  this  inquiry  we  must  not  overlook  two 

important  historical  facts: 

1.  In  the  latter  part  of  the  last  and  early  part  of  the  present  century 
franklinic  electricity  and  the  current  of  the  voltaic  pile  were  used  for  a 
variety  of  diseases  for  which  we  now  use  tonics,  and  oftentimes  with  some 
success.  But  the  agent  was  used  mostly  empirically,  without  any  definite 
idea  of  its  nature  or  the  ralionale  of  its  operation.  Partly  on  account  of 
the  inconstancy  and  uncertainty  of  the  voltaic  pile,  and  partly  on  account 
of  the  many  failures  that  were  necessarily  inevitable  with  such  poor  ap- 
paratus and  desultory  experience,  partly  also  as  a reaction  from  the  ex- 
travagant hopes  and  promises  of  the  earlier  experimenters,  this  system  ot 

treatment  soon  fell  into  temporary  disrepute. 

2.  Tonic  effects  have  been  obtained  from  various  methods  of  employ- 
ing electricity  by  non-professional  men — charlatans  and  outsiders  in  tv? 
United  States  at  least,  for  many  years,  although  very  few  of  them  lave 
known  or  suspected  the  nature  of  the  agent  they  dealt  with,  or  of  the  dis- 
eases they  have  treated. 


CHAPTER  111. 


GENERAL  SUGGESTIONS  IN  REGARD  TO  THE  USE  OF  ELECTRICITY 

AS  A THERAPEUTIC  AGENT. 

Before  describing  in  detail  the  different  methods  of  using  electricity, 
it  may  be  well  to  offer  some  suggestions  of  a general  character  that  will 
apply  to  all  the  different  methods  of  electrization.  It  is  of  the  first  im- 
portance that  those  who  are  beginning  to  study  and  practise  electro-thera- 
peutics should  have  correct  notions  not  only  of  the  general  therapeutic  ac- 
tion of  electricity — the  principle  on  which  it  is  used — but,  also,  of  the 
general  laws  of  its  application.  Such  knowledge  fits  one  to  intelligently 
study  the  special  methods  of  application,  and  the  treatment  of  the  various 
diseases.  A want  of  this  knowledge  is  a constant  hindrance,  and  not  un- 
frequently  utterly  discourages  the  beginner  in  this  science. 

General  Indications  for  the  Medical  Use  of  Electricity. — An  error  that 
appears  prominently  in  some  of  the  works  on  medical  electricity,  and  one 
that  seriously  interferes  with  the  progress  of  healthy  and  philosophic 
electro-therapeutics,  is  the  habit  of  treating  the  name  of  the  disease 
rather  than  the  condition  of  the  system  of  which  the  symptoms  are  the 
result  and  expression.  Men  ask  whether  electricity  is  good  for  this  dis- 
ease or  that  disease  without  any  well-defined  idea  of  the  position  that  this 
powerful  agent  occupies  in  the  armory  of  therapeutics.  It  should  be  un- 
derstood that  electricity  is  a powerful  stimulating  sedative  tonic,  and  as 
such  is  indicated  in  any  subacute  or  chronic  disease,  where  stimulating, 
sedative,  or  tonic  effects  are  indicated,  and  without  reference  to  the  name 
of  the  disease  by  which  the  condition  expresses  itself.  With  this  general 
principle  before  us,  we  cease  to  wonder  that  electricity  is  used  and  recom- 
mended in  such  a wide  variety  of  diseases,  many  of  them  of  an  apparently 
opposite  character,  and  we  see  the  injustice  of  that  criticism  which  con- 
demns electricity  because  it  is  good  for  so  many  different  affections. 
Just  as  quinine,  which  is  not  a specific  for  any  disease — unless  it  be 
c ills  and  fever  is  yet  used  freely  as  a tonic  in  an  indefinite  number  of 
iseases  where  tonic  effects  are  required,  so  electricity,  which  is  not  a 
specific  for  any  one  disease,  is  yet  used  with  good  results  in  any  number 
o c iseases  where  local  or  general  nutrition  is  impaired  and  needs  to  be 
improved.  When  the  propriety  of  using  electricity  in  any  medical  case 
iscussed,  the  first  questions  to  be  answered  are : 
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1.  Is  there  any  pain  to  be  relieved? 

2.  Is  there  any  need  and  chance  for  improvement  in  local  or  general 
nutrition  ? 

If  these  questions  can  be  answered  in  the  affirmative,  then  electricity 
in  some  mode  of  application  may  be  administered.  The  result  of  the 
treatment  will  depend  on  the  correctness  with  which  we  differentiate  in 
the  selection  of  the  form  of  electricity,  on  the  skill  with  which  it  is  con- 
ducted, on  the  nature  of  the  lesion  and  length  of  time  that  it  has  existed, 
and  on  the  agreement  or  disagreement  of  the  temperament  of  the  patient 
with  electricity. 

S/age  of  Disease  when  Electric  Treatmeiit  is  Indicated. — Electricity  is 
indicated  mainly  for  subacute  and  chronic  diseases ; at  least  the  best  re- 
sults that  come  from  the  use  of  this  remedy  have  thus  far  not  been  ob- 
tained in  the  acute  stages  of  disease.  And  yet  there  is  no  question  that 
in  the  acute  stages  of  rheumatism  faradization  is  of  value,  and  there  is 
reason  to  believe  that  future  experiments  will  show  that  relief  of  pain,  of 
sleeplessness,  and  of  general  nervousness — with  perhaps  permanent  benefit 
inay  be  obtained  in  the  active  stages  of  febrile  and  inflammatory  affec- 
tions. The  chief  theoretical  objection  to  the  employment  of  electricity  in 
acute  diseases  is  the  fact  that  the  tonic  effects  of  electric  treatment  re- 
quire so  much  time  that  any  disease  that  runs  but  a limited  period  will 
not  be  able  to  appreciate  them.  This  objection  does  not,  however,  apply 
to  the  stimulating  or  sedative  effects;  these  can  be  felt  instantaneously  or 
within  a few  hours  after  an  application.  Electricity  is  certainly  one  of 
the  most  potent  of  sedatives,  and  in  very  many  acute  affections  sedatives 
arc  constantly  indicated. 

The  old  notion  that  electricity  was  merely  a stimulant  aided  in  form- 
ing in  the  professional  mind  another  very  gross  error,  that  in  active  in- 
flammations electricity  is  contraindicated.  Experience  proves  every  day 
that  the  sedative  effects  of  electricity  are  exceedingly  grateful  in  even  the 

acute  stages  of  sprains  and  diseased  joints. 

The  dogma  that  in  hemiplegia  from  cerebral  effusion  it  is  better  to 
wait  for  several  months  until  all  the  active  irritation  has  subsided  before 
beginning  electric  treatment— which  error  is  yet  maintained  by  many  ot 
the  ablest  writers  on  medical  electricity-took  its  origin  in  the  erroneous 
conception  of  the  position  of  electricity  in  the  materia  medica. 

It  is  difficult  to  conceive  of  any  actively  inflamed  or  febrile  state 
where  electricity,  in  the  hands  of  one  who  knows  how  to  use  withou 
abusing  it,  may  not  be  used  without  injury  even  if  it  does  no  good. 

Differential  Action  of  the  Poles.— is  a subject  on  which  much  I . 
been  thought  and  written,  and  concerning  which  opinions  have  been 
pressed  with  an  absoluteness  not  justified  by  experience.  _ AlmosU  ie 
question  that  the  beginner  in  electro-therapeutics  asks  is, 
shall  I use?”  as  though  that  were  the  fundamental  problem  to  be  so 
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Another  question  that  is  put  in  almost  the  same  breath  is,  “ Shall  the 
current  be  ascending  or  descending?” 

The  difference  of  the  physiologic  action  of  the  poles  of  the  galvanic 
current,  when  applied  to  the  body,  is,  as  we  have  shown  under  electro- 
physiology, of  a radical  character.  It  has  specially  been  shown  that  the 
anelectrotonic  region  at  the  positive  pole  is  in  a condition  of  diminished, 
while  the  catelectro tonic  region  near  the  negative  pole  is  in  a condition 
of  increased  irritability.  Moreover,  it  is  easy  of  demonstration  that  the 
negative  pole  of  both  currents  is  stronger  than  the  positive,  and  this  fact, 
as  we  have  seen,  enables  us  to  distinguish  the  poles  in  cases  of  doubt,  or 
when  w'e  do  not  understand  the  construction  of  the  battery.  Still  further 
we  have  seen  that  on  the  nerves  of  special  senses — notably  on  the  optic 
and  auditory  nerves — the  poles  have  a differential  action  of  a specific  and 
demonstrable  character. 

When  now  we  leave  physiology  and  enter  into  the  complex  realm  of 
therapeutics,  we  find  that  it  is  usually  better  that  irritable  parts  of  the 
surface  of  the  body  should  be  treated  mainly  by  the  positive  pole.  This 
relative  position  of  the  electrodes  is  not  usually  departed  from  in  general 
faradization  and  central  galvanization,  for  the  reason  that  the  majority  of 
cases  that  require  these  methods  of  treatment  are  abnormally  irritable. 

The  negative  pole,  being  more  stimulating  than  the  positive,  is  indi- 
cated when  it  is  desired  to  cause  contraction  in  a paralyzed  muscle,  and 
the  difference  between  the  poles  in  producing  muscular  contraction  is 
chiefly  a difference  of  degree  only,  since  both  poles  cause  contraction 
when  placed  on  the  body  of  a muscle  or  over  its  motor  point,  but  with  the 
same  strength  of  current  a more  vigorous  contraction  will  be  produced  by 
the  negative  than  by  the  positive  pole.  The  chemic  action  of  the  poles  is 
more  definitely  understood  and  utilized  in  treatment  by  electrolysis  and 
galvano-chemic  cauterization. 

Differential  Action  of  the  Asce?iding  and  Descending  Currents. — Almost 
from  the  birth  of  electro-therapeutics  constant  effort  has  been  made  to 
differentiate  betw'een  the  therapeutic  action  of  the  two  poles  of  the  gal- 
vanic current  and  to  come  to  some  definite  conclusion  as  to  the  effects  of 
current  direction.  Investigations  along  this  line  have,  however,  been 
beset  with  so  much  difficulty,  and  the  observations  as  to  the  effects  of  this 
or  that  pole,  or  this  or  that  direction  of  current  have  been  so  varied  and 
inharmonious,  that  no  very  definite  or  satisfactory  conclusions  have  been 
reached. 

So  conflicting  indeed  have  been  the  statements  offered  that  it  is  now 
not  uncommon  to  hear  the  remark  that  it  makes  not  the  slightest  differ- 
ence which  pole  or  which  direction  of  current  is  used.  While  every  care- 
nl  observer  knows  that  such  a remark  is  based  upon  careless  observation 
^nc  insufficient  data,  yet  it  has  been  so  frequently  and  so  confidently  re- 
peated as  to  carry  with  it  a certain  weight  of  authority.  One  great  diffi- 
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culty  in  the  way  of  correctly  differentiating  between  the  effects  of  the  two 
poles  has  been  the  failure  to  completely  eliminate  the  action  of  one  pole 
when  desiring  the  effects  only  of  the  other. 

We  have  seen  a hyperaesthetic  or  painful  part  to  which  both  electrodes 
have  been  applied  fail  to  experience  relief  until  the  poles  were  widely 
separated,  throwing  the  neutral  point  outside  the  diseased  area,  thus  sub- 
jecting the  painful  part  to  the  action  solely  of  the  anode  or  positive  pole. 
In  several  cases  of  scirrhous  cancer  of  the  breast  that  have  come  under 
our  observation,  w'e  invariably  failed  to  relieve  the  pain  when  both  poles 
were  applied  on  the  tumor  or  in  close  proximity  to  each  other,  but  by  ap- 
plying one  pole  at  some  indifferent  point  on  the  lower  extremity  and  the 
other  to  the  tumor,  the  pain  has,  as  a rule,  been  greatly  alleviated.  One 
patient  was  for  months  treated  almost  daily,  with  the  result  of  keeping  her 
in  great  measure  free  from  pain  and  enabling  her  to  dispense  altogether 
with  the  use  of  morphine,  w'hich  had  before  been  a necessity.  The  not- 
able point  in  some  of  these  cases  was  the  utter  insufficiency  of  this  agent 
to  relieve  the  pain,  although  tested  many  times  when  the  electrodes  were 
applied  in  close  proximity  to  each  other.  But  no  matter  how  widely  we 
separate  the  two  poles  in  the  treatment  of  special  parts,  the  fact  remains 
that  w'e  cannot  by  the  use  of  ordinary  electrodes  completely  eliminate  an 
undesirable  polar  effect. 

In  order  to  demonstrate  the  different  effects  of  ascending  and  descend- 
ing currents,  and  the  way  and  degree  in  which  they  modify  the  physio- 
logic action  of  the  two  poles,  we  have  many  times  lepeated  the  following 
interesting  and  suggestive  experiments: 

Experiment  /. — A frog  was  chloroformed  and  an  ascending  current  of 
ten  mill iamperes  was  then  passed  for  five  minutes  through  one  of  die 
hind  limbs,  by  placing  an  ordinary  electrode  connected  with  the  negative 
pole  on  the  lumbar  region,  and  a depolarizing  electrode  with  a resistance 
greater  than  the  limb  and  connected  with  the  positive  pole,  on  the  foot. 
'I'he  influence  of  the  positive  pole  being  thus  eliminated,  the  limb  was 
brought  wholly  under  the  influence  of  the  negative  pole.  The  current  m 
this  case  we  shall  accordingly  designate  as  the  ascending  negative.  The 
usual  closing  and  opening  contractions  were  observed  in  the  limb,  which 
remained  quiescent  during  the  passage  of  the  current.  On  breaking  the 
circuit,  the  irritability  of  the  limb  to  electric  stimulus  was  tested  by  the 
application  of  two  minute  metal  electrodes  to  the  muscles.  It  was  found 
that  the  minimum  strength  of  current  capable  of  producing  visible  con- 
tractions in  the  muscles  of  the  limb  was  one  milliampere. 

Experimetit  //.—Next,  a descending  current  of  the  same  strength  (ten 
mill  iamperes)  was  passed  through  the  other  limb  by  placing  the  de- 
polarizing electrode  connected  with  the  positive  pole  on  the  loins  an 
ordinary  electrode,  connected  with  the  negative  pole,  on  the  foot, 
limb  was  thus  like  the  other  brought  wholly  under  the  influence  oi 
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negative  pole,  the  direction  of  the  current,  however,  being  reversed,  and 
can  be  designated  as  “ descending  negative.” 

At  the  end  of  five  minutes  the  current  was  broken,  when,  on  testing 
the  irritability  of  the  muscles,  it  was  found  that  a current  of  four  mil- 
liamperes  was  required  to  excite  contractions  as  against  but  a single  mil- 
liampere  in  the  case  of  the  leg  first  tested.  Similar  results  were  obtained 
^\ith  the  ascending  positive”  and  “descending  positive”  currents,  the 
former  diminishing  the  irritability  of  the  muscles  by  one-third,  while  the 
latter  diminished  the  irritability  by  two-thirds,  or  twice  as  much.  From 
these  experiments  we  may  fairly  conclude,  first,  that  the  direction  of  cur- 
rent se  (provided  the  action  of  one  of  the  poles  be  eliminated)  has  an 
important  influence  on  the  irritability  of  muscular  and  nervous  tissue; 
second,  that  the  polar  influences  are  greater  than,  though  distinct  from| 
those  of  direction.  These  conclusions  are,  we  are  aware,  quite  contrary 
to  those  enunciated  by  the  earlier  experimenters  in  electro-physiology. 
Erb  says  that  “ all  proof  is  lacking  that  the  direction  of  the  current  is  an 
essential  factor  in  its  action;”  but  it  must  be  remembered  that  the  experi- 
ments from  which  Erb  drew  his  deductions  were  performed  long  ago,  be- 
fore we  had  at  command  delicate  instruments  of  precision  for  accurately 
measuring  the  strength  of  the  current,  and  that  he  did  not  experiment  by 
eliminating  one  of  the  poles  as  here  described. 

Physiologic  experiment  clearly  demonstrates,  through  this  method  of 
accurate  measurement,  that  it  is  not  alone  polar  action,  but  current  direc- 
tion as  well,  that  is  important  in  electric  applications,  and  clinical  obser- 
vation does  but  confirm  these  physiologic  data.  To  determine  the  thera- 
^utic  value  of  the  depolarizing  method  of  treatment  is  a task  requiring  a 
keener  analysis  and  more  prolonged  observation.* 

Both  the  Seat  of  the  Disease  and  the  Effects  of  the  Disease  to  be  Treated. 
ihe  query  whether  in  localized  electrization  we  should  direct  the  treat- 
ment mainly  to  the  seat  of  the  disease— the  pathological  lesion,  or  to  the 

seat  of  the  prominent  symptoms-the  effects  of  the  lesion-has  given  rise 
10  some  discussion. 

withourr”"^^ir'^^K  advise  the  treatment  of  the  symptoms 

That  theT'.  V",'  scientific  to  Lim 

Nolth!  confined  to  the  exact  seat  of  the  disease. 

' before  thr*^^  P y^ician  is  both  scientific  and  practical,  and  keeping  clearly 
is  that  of  ""u  thought,  that  the  leading  action  of  electricity 

readilv  di^rf"!!!  ""  powerful  sedative  influence,  we  can 

the  selt  of  th"  subject.  Both  the  seat  of  the  disease  and 

improvement  1 ^y"^Pt°™  should  be  treated,  for  in  both  there  is  need  of 
accord.  In  h " this  view  common  sense  and  experience 

^ ^ cmip  egia,  for  a typical  example,  the  lesion,  the  seat  of  the 

cles  in  the  NewVorrMtmrrMr°'^  subject  reference  is  made  to  the  author’s  artu 

itw  Vork  Medical  Record,  May  14th,  1892,  and  May  6th.  1893. 
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disease,  is  in  the  brain,  while  the  leading  symptom  is  in  one-hal£  of  the 
body,  which  is  paralyzed.  The  muscles  of  that  side  become  atrophied, 
and  the  nerves  become  anaesthetic.  To  restrict  the  electrization  to  the 
brain,  and  to  that  side  of  it  where  the  lesion  is  or  is  supposed  to  be,  is  so 
imposing  and  scientific  in  theory  that  electro-therapeutists  of  limited  ex- 
perience might  advise  this  treatment  exclusively.  To  purify  the  stream, 
first  purify  the  fountain.  Lay  the  axe  at  the  root  of  the  tree.  All  these 
analogies  are  beautiful,  but  they  are  fallacious.  The  symptoms  of  the 
disease  will  not  disappear  when  the  disease  disappears.  The  effects  re- 
main after  the  clot  is  absorbed.  In  the  larger  number  the  half  of  the 
body  is  as  much  the  seat  of  the  disease  as  the  brain;  for  the  several  parts 
of  this  human  machineiy  are  all  members  one  of  another.  When  one 
suffers  all  suffer.  To  confine  the  treatment  to  the  paralyzed  muscles  is 
also  irrational,  although  the  purely  peripheral  treatment  is  far  more  suc- 
cessful than  purely  central.  If  we  are  to  be  exclusive  and  one-sided  and 
theoretical  in  our  treatment,  it  is  better  to  exclusively  treat  what  are 
called  the  symptoms  or  effects  of  the  disease,  and  to  neglect  the  biain  al- 
together. but  it  is  the  part  of  the  higher  wisdom  to  use  both  methods, 
central  and  peripheral— to  attack  the  seat  of  the  lesion  and  the  seat  of  the 

^ The  most  satisfactory  results  in  hemiplegia  come  from  a combination 

of  peripheral  and  central  treatment;  similarly  in  die  various  degenera- 
tive structural  diseases  of  the  spinal  cord,  resulting  in  paralysis  of  motion 
or  sensation.  Purely  central  treatment— galvanization  of  the  spinal  coid 
"is  not  sufficient;  the  symptom  also,  the  paralysis,  must  be  treated 
directly  in  the  muscles  and  nerves  where  it  is  most  prominent.  In  i.^ 
cases  of  the  spinal  cord,  treatment  confined  to  the  seat  of  the  chsease  does 
more  good  than  in  diseases  of  the  brain,  for  the  reason  that  the  cord  is 
more  accessilile  to  the  current,  its  surface  being  more  exposed,  as  it  ite.e, 
throughout  its  entire  length.  But  those  v«ho  content  themselves  ""tl\ 
ing  diseases  of  the  cord  by  simple  galvanization,  to  the  J 

peripheral  treatment,  make  a grave  mistake;  they  .ail  » heie  y . 
to  succeed,  and  they  succeed  only  in  a small  percentage  tvhen  a >a  g«i  > 
cenlage  vas  possible.  Cases  of  ataxia,  as  well  as  o motor  Pata  )'sis,  jj 
peripheral  treatment  with  the  moist  sponge  or  wire  brush,  or  both 
as  galvanization  of  the  spine.  On  the  same  principle  our  ^ 
tral  galvanization  is  sometimes  more  effective  in  diseases  o'  ‘ 
brain  than  localized  galvanization  of  these  parts,  as  usually  P™"^ 
neuralgia  also  where  the  seat  of  the  disease  is  ‘J' 
application  should  be  made  both  to  the  tender  and  P“‘" 
as  over  the  root  of  the  nerve,  and  a very  good  method  .11  m,. 

place  one  pole  over  the  origin  of  the  pain  ul  nerve,  as  ^ ‘ ^ 

and  the  other  over  the  tender  point  and  along  t le  w lO  ...etgod  of 

nerve.  Frequently  neuralgia,  as  we  shall  see,  yiecs 


GENERAL  SUGGESTIONS. 


2 I I 


central  galvanization — where  not  only  the  painful  and  diseased  parts,  but 
also  the  whole  central  nervous  system,  whether  healthy  or  not,  is  treated, 
— when  it  does  not  yield,  at  least  as  rapidly  or  as  surely,  to  local  applica- 
tions either  central  or  peripheral. 

Healthy  Parts  may  be  Benefited  by  Electrization. — There  is  a kind  of  un- 
conscious idea  abroad  among  electro-therapeutists  that  in  applying  elec- 
tricity to  the  body  it  is  necessary  to  avoid  acting  on  healthy  parts,  and 
that  the  direct  effects  of  the  current  should,  so  far  as  possible,  be  confined 
to  the  part  that  is  supposed  to  be  in  a diseased  condition.  This  errone- 
ous doctrine  takes  its  origin,  first,  in  the  teaching  of  Duchenne  and  other 
advocates  of  localized  electrization,  and,  secondly,  in  the  narrow  and  in- 
correct ideas  of  the  general  physiologic  and  therapeutic  action  of  electricity. 

Duchenne,  by  embodying  the  term  “ localized”  in  the  title  of  his  work, 
has  done  much  to  popularize  in  the  profession  the  notion  that  in  electric 
applications  the  aim  should  be  to  concentrate  the  current  on  the  part 
where  it  is  supposed  to  be  needed,  and  to  avoid  affecting  other  parts. 

The  idea  that  electricity  is  a mere  stimulus,  and  only  valuable  as  a 
means  of  exciting  paralyzed  muscles  or  waking  up  dormant  nerves,  would 
very  naturally  lead  to  the  adoption  of  the  view  that  it  should  be  used  only 
in  those  parts  that  are  in  need  of  stimulation,  and  that  healthy  parts  would 
be  injured  by  it.  The  false  ideas  that  have  prevailed  in  regard  to  effect 
of  stimuli,  which  we  have  elsewhere  discussed,  have  tended  to  increase 
this  absurd  dread  of  applying  electricity  to  healthy  parts.  A little  com- 
mon sense  applied  to  this  subject  may  perhaps  help  us  to  find  the  truth 
without  great  difficulty. 

First  of  all,  we  must  bear  in  mind  always  that  the  doctrine  taught  by 
the  European  writers,  that  electricity  is  a stimulus  merely,  is  narrow  and 
erroneous.  Electricity,  applied  to  the  body,  acts  as  a stimulating  tonic 
with  a powerful  sedative  influence.  Then,  again,  stimulants  are  some- 
thing more  than  mere  goads  or  spurs;  they  correct  and  intensify  the  forces 
of  the  body,  and  may  be  useful  and  as  necessary  in  conditions  that  we  call 
healthy  as  in  those  that  we  call  unhealthy.  Stimulants,  tonics,  and  seda- 
tives are  called  for  every  day,  and  are  every  day  employed  by  nearly  every 
member  of  the  human  race,  young  or  old,  sick  or  well. 

Still  further,  pathology  is  not  so  much  a special  and  separate  condition 
3S  a degree  of  the  normal  condition  of  health.  No  one  can  tell  just  where 
ph>siology  ends  and  pathology  begins.  Reasoning  from  all  these  con- 
I SI  orations,  it  is  clear  not  only  that  electricity  need  not  be  confined  to 
j iseased  parts,  but  that  the  parts  that  we  call  healthy  may  be  benefited 

^ y It  just  as  truly  as  those  that  we  believe  to  be  unhealthy,  and  the  benefit 

ey  receive  may  react  favorably  on  the  diseased  parts,  and  thus  aid  the 
! treatment. 

views  are  enforced  by  analogy.  Very  few  of  our  stimulating 

•c  or  sedative  remedies  are  limited  in  their  action  to  parts  that  are  dis- 
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eased.  The  medicines  that  we  give  by  the  mouth  or  by  the  syringe  go 
whither  they  please,  and  if  they  sensibly  affect  some  diseased  organ,  it  is 
not  because  their  action  is  confined  to  that  organ,  but  because  that  organ, 
on  account  of  its  readier  operation  or  of  its  disease,  is  more  sensitive  than 
other  parts  to  the  influence  of  remedies.  Alcohol  or  opium  go  to  the  brain, 
lead  affects  the  exterior  muscles  of  the  forearm,  and  the  influence  of  chlor- 
ate of  potash  is  quickly  felt  in  the  mucous  membrane  of  the  mouth ; but 
none  of  these  remedies  restrict  themselves  to  the  parts  that  are  the  most 
perceptibly  affected  by  them. 

Indeed,  the  fact  that  our  most  valued  medicines  are  used  for  such  a 
variety  of  local  and  general  affections  shows  that  their  effects  are  not  con- 
fined to  separate  parts  of  the  body  to  the  extent  that  has  been  supposed. 

Electricity  can  be  localized,  in  cases  where  it  is  desirable  to  do  so, 
better  than  almost  any  other  remedy,  and  yet  the  most  careful  and  success- 
ful localization  of  the  current  is  more  or  less  imperfect.  The  reflex  effects 
of  electrization  that  always  complicate  the  direct  effects,  and  which  are 
sometimes  of  more  value  than  the  direct  effects,  cannot  be  avoided.  Then, 
again,  the  branch  currents,  which,  as  we  have  seen,  move  in  undulations 
not  only  directly  between  the  electrodes,  but  at  a considerable  distance  on 
either  side  of  the  median  line  between  them,  will  be  likely,  in  nearly  all 
forms  of  application,  to  touch  healthy  parts  that  do  not  stand  in  especial 
need  of  treatment.  The  most  complete  form  of  localized  electrization  is 
electrolysis  when  the  needles  are  placed  close  together,  but  even  here  the 
reflex  effect  is  most  powerful,  and  operates  with  a mild  as  well  as  with  a 


strong  current.  . . • 

But  fortunately  it  is  never  necessary  to  localize  electricity,  in 

strict  sense  of  the  term.  It  is  sometimes  necessary,  however,  to  avoid 
producing  too  strong  reflex  effects,  and  in  applications  near  sensitive  par  s 
the  possibility  that  the  branch  currents,  if  powerful  currents  are  use  , may 
over-irritate,  should  ever  be  borne  in  mind.  Experiment  and  e^penence 
show  that  healthy  animals  and  men  can  be  electrized  with  benefit  all  ove 
the  body,  or  in  any  part  of  it.  In  applying  electricity  to  any  part  of  e 
body  we  improve  the  nutrition  of  that  part;  in  applying  electricity  to  the 
whole  body  we  improve  the  nutrition  of  the  whole  body,  or  at  least 
those  parts  which  are  directly  or  indirectly  influenced  by  the  cuire. 
Faradization  of  a healthy  muscle  makes  it  grow  faster  than  i w ^ 

without  faradization ; in  other  words,  it  produces  the  same  e ‘ . 

would  if  the  muscle  were  paralyzed.  When  a part  is  in  ^ 
condition— when,  for  example,  a muscle  is  atrophie  any  i^ably 

in  nutrition  under  electrization  is  more  quickly  observe  , an  p ^ ^ 

more  rapid  and  important  than  when  the  same  muse  e i 
physiologic  condition ; but  the  improvement  of  the  be^thy  musd 
the  less  real,  though  it  may  be  relatively  less  important  than  m 

eased  muscle. 


GENERAL  SUGGESTIONS. 


213 


The  tonic  effects  of  general  faradization  and  of  central  galvanization, 
and,  indeed,  of  many  forms  of  localized  electrization  are  due  to  the  direct 
or  indirect  action  of  the  current  on  parts  which  are  more  or  less  healthy, 
or  which,  to  say  the  least,  are  not  in  any  recognizable  pathologic  state. 
The  objection  sometimes  brought  against  these  methods,  that  they  do  thus 
affect  healthy  parts,  simply  attempts  to  prove  too  much.  The  same 
argument  would  banish  all,  or  nearly  all  our  stimulants,  tonics,  and  seda- 
tives from  our  materia  medica,  and  practically  discourage  all  attempts  to 
relieve  or  cure  chronic  diseases  of  the  nervous  system. 

Care  in  the  Details  of  the  Applications.- — There  is  as  much  difference 
between  a skilful  and  an  awkward  application  of  electricity  as  there  is 
between  a skilful  and  an  awkward  operation  in  surgery.  By  those  who 
desire  to  become  experts  in  applying  electricity,  the  following  points 
should  be  considered: 

I.  To  avoid  suddenly  interrupting  the  currents  in  cases  where  inter- 
ruptions are  not  required,  and  especially  in  applications  on  or  near  the 
head.  In  the  treatment  of  paralysis  of  motion  and  of  sensation,  inter- 
ruptions are  required,  but  in  the  treatment  of  the  brain,  spinal  cord,  and 
sympathetic,  and  in  very  many  peripheral  applications  stable  currents 
only  are  required.  In  all  such  cases  the  current  should  be  closed  gradu- 
ally and  delicately,  if  possible  by  means  of  a rheostat  of  some  kind,  or 
by  increasing  or  diminishing  the  pressure  on  the  sponge  of  the  electrode. 
Interruptions  made  in  the  metallic  part  of  the  current  are  always  more 
sudden  and  violent  than  those  made  in  the  electrodes,  for  the  ph)'^sical 
reason  that  the  connection  of  the  current  is  more  sharp  and  abrupt. 

Delicate  patients  should  be  treated  with  delicacy.  Those  who  are 
sensitive  and  apprehensive  should  never  be  annoyed  by  sudden  breaks  in 
the  current,  except  in  those  forms  of  disease  where  sudden  breaks  are  re- 
quired. 

In  presenting  this  caution  we  do  not  intend  to  indorse  the  notion  that 
serious  pathologic  lesions  are  caused  by  interrupting  the  current,  even  on 
or  near  the  brain.  There  is  little  or  no  evidence  besides  the  case  of 
Duchenne,  that  any  serious  injury  to  the  retina,  or  to  the  auditory  nerve, 
i or  to  any  part  of  the  brain,  or  sympathetic,  or  spinal  cord,  has  been  pro- 
! duced  by  faradization  or  galvanization  with  the  strength  of  current  ordi- 
narily  employed  in  electro-medical  applications.  The  dizziness,  the  sour 
taste  in  the  mouth,  the  flashes  of  light  before  the  eyes,  the  shock  or  agi- 
tation produced  by  the  sudden  interruption  of  the  galvanic  current,  are 
annoying,  and  to  the  delicate  patient  unaccustomed  to  them  sometimes 
a arming;  but  with  the  batteries  in  ordinary  use,  and  with  the  strength 
o current  that  is,  or  ought  to  be,  employed  through  the  head  and  neck, 
ey  are  rarely  if  ever  dangerous:  they  are  temporary  effects  that  soon 
pass  away,  and  are  forgotten.  But  they  are  to  be  avoided  in  cases  where 
cy  are  not  required,  for  the  threefold  reason  that  they  do  no  positive 
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good,  that  they  may  interfere  with  the  success  of  the  treatment,  and  that 
they  alarm  or  annoy  the  patient.  We  are  to  avoid  worrying  our  patients 
in  this  way,  for  the  same  reason  that  we  are  to  avoid  treading  on  their 
corns,  because  it  is  disagreeable  and  discourteous. 

2.  To  avoid  making  the  applications  unnecessarily  painful  through 
carelessness  in  the  management  of  the  electrodes.  By  the  use  of  fine  and 
soft  sponge — the  best  that  can  be  found  in  the  shops — or,  better  still,  of 
sculptor’s  clay,  the  smarting  and  stinging  pain  of  the  applications  can  be 
much  diminished.  Aside  from  the  fact  that,  with  some  exceptions,  less 
satisfactory  results  follow  painful  than  pleasant  currents,  the  feeling  of 
pain  should,  so  far  as  possible,  be  avoided.  There  are,  as  we  have  said, 
a certain  number  of  patients  who  carry  into  medicine  the  same  views  that 
once  dominated  in  religion,  and  who  desire  to  suffer,  and  have  very  little 
respect  for  any  treatment  that  does  not  cause  more  or  less  agony.  Such 
patients  will  sometimes  find,  after  one  or  two  severe  and  painful  applica- 
tions, that  they  are  injured  more  than  benefited,  and  will  submit  to  the 
advice  of  the  physician  and  take  the  treatment  that  is  best  for  them. 

3.  To  avoid  surprising  and  startling  the  patient  by  allowing  the  wires, 
or  the  metallic  portions  of  the  electrodes,  to  touch  any  part  of  his  exposed 
body.  If  the  connecting  wires  slip  out  of  their  connections  with  the  elec- 
trodes they  are  liable  to  fall  on  the  exposed  skin  and  give  a painful  shock. 
If  the  edge  of  the  electrode  not  covered  with  sponge  or  cloth  touches  the 
skin,  it  will  give  the  patient  sudden  pain,  and  annoy  both  him  and  the 
operator.  Connecting  wires  that  are  not  protected  by  rubber  are  liable  to 
lose  their  silk  or  cotton  coverings  in  places,  which  when  they  touch  the 
skin  cause  pain. 

4.  To  be  always  and  every  moment  sure  that  the  current  is  running, 
and  when  the  galvanic  current  is  used  to  observe  and  carefully  record  the 
strength  in  milliamperes. 

Disrobing  of  the  Patient.— great  majority  of  electric  applications 
with  dynamic  and  occasionally  with  static  electricity  require,  on  the  part 
of  the  patient,  more  or  lessToosening  or  removal  of  the  dress.  Not  only 
is  this  necessary  in  general  faradization  and  central  galvanization,  but  m 
very  many  local  applications  to  the  spine,  abdomen,  and  upper  and  lower 
limbs— excepting  merely  the  face,  head,  and  hands.  To  know  how  to 
direct  the  patients  to  arrange  their  clothing  so  as  to  give  the  operator 
sufficient  and  easy  access  to  the  person  is  a part  of  the  art  of  practica 
electro-therapeutists,  and  it  is  an  art  not  to  be  despised.  Male  patien  s 
have  less  trouble  in  this  regard  than  female  patients,  since  their  gaimen 
are  fewer  and  simpler,  but  they  are  more  annoyed  by  the  little  they  lav 
to  do  than  women  are  by  their  vast  paraphernalia.  The  art  consists 
loosening  and  pulling  up  without  entiiely  removing  the  underc  o 
thus  avoiding  trouble,  exposure,  and  waste  of  time. 

Temperature  of  the  Electrodes  and  of  the  Operating  Room.—T\\^  ques- 
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tion  is  often  raised  by  patients  whether  there  is  any  danger  of  taking  cold 
after  an  application  of  electricity.  The  answer  is  clearly  in  the  negative. 
The  electricity,  as  such,  so  far  as  it  goes,  fortifies  the  system  against  cold ; 
but,  by  careless  exposure  while  undressed  in  a cold  room,  it  is  possible  to 
take  cold,  just  as  by  similar  exposure  when  electricity  is  not  used.  It  is 
also  possible  to  make  the  application  quite  uncomfortable  by  using 
sponges  moistened  with  cold  instead  of  tepid  water.  Our  aim  should  be 
to  have  the  temperature  of  the  operating  and  dressing-room  a little  higher 
than  is  necesssary  for  a person  fully  dressed;  to  moisten  the  sponges  or 
electrode  covers  in  tepid  or — in  very  cold  weather — in  hot  water;  and 
when  the  feet  are  placed  on  a foot-plate  of  tin  or  copper,  to  have  a warm 
soapstone  beneath  the  foot-plate  to  keep  it  always  comfortable. 

Time  of  Day  for  the  Application. — Applications  of  electricity  may  be 
given  with  advantage  at  all  hours  of  the  day  and  night.  In  our  experi- 
ence, and  probably  in  the  experience  of  all  electro-therapeutists,  the  ma- 
jority of  the  applications  are  given  in  ordinary  business  hours,  in  the 
forenoon  and  afternoon.  We  have  never  been  able  to  see  that  anything 
was  gained  by  giving  any  particular  heed  to  the  hours  of  eating;  just  be- 
fore meals,  and  just  after  them,  ordinary  electric  treatment  may  be  given 
with  apparently  as  much  benefit  as  two  or  three  hours  from  a meal.  In 
some  impressible  temperaments,  central  galvanization  and  general  fara- 
dization temporarily  increase  appetite,  and  for  such  persons  an  applica- 
tion might  very  properly  be  given  a little  before  meals.  For  those  who 
suffer  from  dyspepsia,  a seance  pretty  soon  after  dinner  might  be  of  ser- 
vice in  aiding  digestion,  but  we  cannot  say  that  we  have  seen  any  such 
results. 

For  all  delicate,  hysterical,  sleepless  patients,  the  evening  is  an  excel- 
lent time  to  receive  electricity.  The  powerful  sedative  effects  of  central 
and  general  faradization  and  positive  static  electrification  are  in  this  class 
of  patients  most  gratefully  realized  a little  before  going  to  bed,  or  after 
they  have  already  retired.  For  these  reasons  we  have,  for  years,  been  ac- 
customed to  treat  some  of  our  patients  in  the  evening,  before  or  shortly 
after  retiring,  and,  were  it  not  for  the  inconvenience,  we  should  do  it  more 
frequently. 

Time  of  Applications. — The  time  of  an  application  is  an  element  of  the 
dose  of  electricity  that  has  not  been  sufficiently  studied.  Electro-thera- 
peutists have  fallen  into  the  conventional  and  routine  habit  of  using  the 
current  all  the  way  from  five  to  ten  or  fifteen  minutes  or  so,  at  a sitting, 
without  sufficiently  investigating  the  question  whether  the  length  of  the 
application  ought  not  to  be  varied  with  studious  care,  in  each  case,  and 
'varied  during  the  course  of  treatment. 

For  irritable,  sensitive,  and  impressible  patients  this  law  certainly 
holds;  that  long  applications  with  mild  currents  are  better  than  short  ap- 
plications with  strong  currents.  We  do  not  of  course  refer  to  electrolysis 
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or  galvano-chernic  cauterization,  which  is  so  important  a part  of  the 
electro-therapeutics  of  gynecology.  Here  the  reverse  law  often  prevails. 
The  great  difficulty  in  most  cases  is  to  concentrate  a sufficient  strength 
of  current  under  the  skin  without  unduly  irritating  the  skin  itself.  Our 
constant  aim  should  be  to  overcome  this  resistance  with  the  least  discom- 
fort to  the  patient,  and  fortunately,  by  the  use  of  clay  electrodes  which  so 
readily  adapt  themselves  to  every  inequality  of  surface,  we  are  able  to 
apply  currents  of  far  greater  strength  than  formerly  without  disturbing  our 
patient. 

A sudden  shock,  or  a series  of  shocks  with  a powerful  current,  may 
injure,  w'here  a prolonged  application  may  work  no  harm  and  much  good. 
That  this  element  of  time  becomes  a practical  difficulty  in  the  use  of  elec- 
tricity by  overworked  general  practitioners  must  be  admitted : but  if  it 
be  a scientific  fact— as  it  surely  is— that  time  is  required  to  gain  the 
choicest  and  best  effects  of  electric  treatment,  then  we  must  recognize 
and  accept  the  fact,  and  treat  our  patients  accordingly,  and  expect  them  to 
reward  us  for  our  labors  more  liberally  than  for  a mere  prescription  or 
suggestion. 

Frequency  of  the  Applications. — Ordinary  stimulating  and  tonic  medi- 
cines are  given  one,  two,  and  usually  three  times  a day.  Ihe  dose  of  elec- 
tricity cannot  usually  be  administered  so  frequently  without  doing  more 
evil  than  good.  It  seems  essential  to  the  electro-therapeutic  treatment, 
whatever  the  mode  employed — general  and  local  faradization,  cential  and 
local  galvanization,  and  even  electric  baths  and  the  use  of  the  body  bat- 
teries—that  there  should  be  a considerable  period  of  rest  between  the  ap- 
plications. 

Klectrization  sets  in  motion  forces  that  slowly  act  and  react  houis  and 
days  after  the  electrization  has  ceased.  The  time  required  for  these  forces 
to  operate  to  the  best  advantage  varies  with  individuals,  but  in  all  cases  a 
certain  period  of  rest  is  required,  and  if  the  application  be  repeated  be- 
fore this  period  or  some  portion  of  it  has  elapsed,  the  benefits  of  the  pie- 
vious  application  are  more  or  less  neutralized,  and  the  patient  may  be 
weakened  more  than  strengthened.  This  at  least  appears  to  be  the  con- 
clusion that  long  experience  forces  upon  us.  All  the  way  between  every 
day  or  once  a week  the  applications  can  be  given  with  benefit.  Three  or 
four  times  a week  is  about  as  often  as  the  average  patient  cares  to  make 
his  visits,  and  it  is  safer  to  begin  treatment  with  at  least  an  interva  o a 
day  or  two  between  sittings.  Some  patients  require,  at  the  outset  o a 
course  of  treatment,  intervals  of  three  or  four  days.  If  by  accident  oi  in- 
tention strong  and  long  applications  are  made,  unpleasant  reactive  e e ^ 
may  follow  that  at  once  suggest  the  necessity  of  waiting  foi  a cay 

the  other  hand,  there  are  those  who  can  take  full  applications 
every  day  for  a month  in  succession,  and  in  some  cases,  as  it  appears 
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US,  with  greater  benefit  than  would  be  derived  from  applications  given 
every  other  day.  At  the  founding  of  the  Electro-Therapeutic  Department 
of  Demilt  Dispensary  we  received  patients  only  twice  a week,  and  good 
results  were  obtained  under  that  system,  but  we  afterward  found  it  desir- 
able to  add  another  day. 

General  and  central  applications  require  longer  intervals  than  local 
and  peripheral  applications,  for  the  patent  reason  that  they  more  power- 
fully affect  the  whole  system,  and  are  more  frequently  followed  by  reac- 
tive effects.  Local  applications  indeed  for  the  relief  of  pain  often  de- 
mand to  be  frequently  repeated,  and  prolonged  applications  once  every 
24  hours  are  often  imperatively  demanded. 

Chronic  nervous  diseases  cannot  be  cured  in  a day;  time  is  as  neces- 
sary as  the  electricity.  Long-standing  pathologic  lesions  are  not  to  be 
carried  by  assault,  however  bravely  conducted;  they  yield  only  to  a pro- 
tracted siege. 

Regularity  of  the  Applications. — It  is  the  custom  with  some  electro- 
therapeutists to  insist  on  regularity  in  the  days  and  hours  of  the  applica- 
tions, and  there  are  those  who  believe  that  the  best  effects  follow  regular 
and  methodical  treatment.  On  this  point  we  are  in  some  doubt.  Patients 


who  are  methodical  in  their  habits,  and  who  are  regular  in  their  visits, 
will  be  less  likely  to  omit  visits,  and  will  be  more  likely  to  persevere, 
and  consequently  will  be  more  profited  than  those  who  omit  half  of  their 
visits  and  abandon  treatment  before  it  is  fully  tried.  There  is  no  evidence 
that  regularity,  as  such,  is  any  advantage ; although  there  is  strong  prob- 
ability that  for  some  constitutions,  and,  perhaps,  for  diseases  with  periodic 
symptoms,  it  might  be  an  advantage  to  give  the  applications  at  the  same 
hour  daily,  or  every  other  day,  as  the  case  may  be.  Our  own  custom  in 
this  regard  varies.  Practically  we  find  it  impossible  to  treat  all  patients 
with  absolute  regularity,  and  in  those  cases  where  we  are  able  to  do  so  we 
have  not,  thus  far,  been  able  to  see  any  special  therapeutic  advantage. 

Prolonged  Applications R method  of  using  electricity  that  has  been 
too  little  studied  by  the  profession  is  that  of  prolonged  applications  with 
mild  currents. 


In  certain  diseases,  both  medical  and  surgical,  it  is  of  advantage  to 
allow  the  current— galvanic  or  faradic— to  run  for  several  hours— all  day 
or  all  night— as  may  be  convenient. 

e have  become  so  accustomed  to  the  use  of  short,  or  comparatively 
s ort  applications,  that  we  forget  that  the  current  if  sufficiently  gentle  may 
passed  through  the  body,  or  part  of  the  body  for  hours,  if  not  days  con- 

cuti^vely,  without  injury,  and  with  great  benefit,  provided  certain  cautions 
are  observed. 

galvanic  current  is  thus  used,  care  must  be  taken  not  to 
^ \v  t e electrodes  to  remain  too  long  in  one  spot,  since  they  will  cause 
^ isagreeable  though  not  serious  ulceration  of  the  skin,  that  may  be  some 
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time  in  healing.  In  order  to  avoid  this  ulceration,  it  is  well  to  change 
from  time  to  time  the  position  of  the  electrodes,  so  that  they  may  not  act 
too  long  on  one  spot. 

The  details  of  this  method  of  using  electricity  must  be  varied  with 
each  case  and  the  circumstances  of  the  patient. 

Intervals  between  the  Courses  of  Treatment— It  is  sometimes  of  service 
to  suspend  a course  of  treatment  after  it  has  been  going  on  a number  of 
weeks,  and  to  allow  an  inteiwal  of  one  or  more  weeks,  according  to  cir- 
cumstances. It  is  sometimes  observed  that  patients  improve  as  much 
during  the  interval  as  during  the  treatment,  and  when  the  applications  are 
renewed,  they  have  greater  force  than  at  the  close  of  the  course  of  treat- 
ment. It  is  true  of  electricity,  as  of  almost  every  other  stimulant,  tonic, 
sedative  remedy,  that  after  receiving  it  a certain  time  the  system  becomes 
so  accustomed  to  it  as  to  tolerate  it,  and  then  its  full  force  is  not  appie- 
ciated.  In  cases  where  this  toleration  of  electricity  is  observed,  when  the 
improvement  halts,  so  to  speak,  a brief  suspension  of  treatment  may  be 
indicated,  and  on  renewing  it,  all  the  benefit  at  first  realized  may  be  re- 

^ On  the  other  hand,  there  are  patients  who  seem  to  prosper  best  under 


steady,  uninterrupted  treatment.  . , r t 

Comhimtion  of  Mellmh  of  .4//>/«-«*«-Comparatively  tew  diseases  are 

10  be  treated  solely  by  anyone  method  of  application;  many  of  the  purely 
local  affections  even  yield  better  to  electric  procedure,  when  the  ap- 
plications are  varied,  than  when  one  mode  only  is  persistently  used.  All 
currents,  galvanic,  faradlc,  and  static,  may  be  tried  in  alternation  or  suc- 
cession, and  lioth  the  direct  and  indirect  methods  may  be  empioyed  at  ti  e 
same  sitting  or  at  different  sittings.  In  ail  diseases  where  the  whole 
system  is  involved,  the  method  of  application  maybe  yet  more  varied.  In 
s'ome  diseases,  as  notably  in  those  where  centrai  lesions  are  accompani 
by  peripheral  injury  and  general  exhaustion,  as  hemiplegia,  ataxia,  and 
so  forth,  all  the  methods  of  application  may  be  used,  me  u mg  aia 
tion  with  the  wire  brush.  We  observe  not  unfrequently  after  on 

method  of  electrization  has  done  all  that  it  is  capable  of  doing,  aflei 
::emrto  have  lost  its  power,  another  mediod  of  e>ectr.zat.o^  a - 
modification  of  a method,  may  push  the  improvement  yet  further,  un 
Tn  ttmeToses  its  force  and  the  fresh  stimulus  of  another  method  is  req  led. 

In  this  respect  the  behavior  of  electricity  is  in  no  way  peculu  , 
powerful  remedies  the  system  in  time  becomes  so  ^ccustome 
ate  them  without  appreciating  their  remedial  influen  . chronic 

Ition  of  tonics  incases  of  debility. and  of  aa«.ngents  m^^ 
diarrheea,  a necessity  for  frequent  change  of  remedy  s 

Ho.0  10  Juise  of  tk,  Effects  of  Etectr.c  il  m!d  sy^ 

portance  for  the  electro-therapeutist  to  have  a clc,  ,J  ■ ' J , 

Lthod  of  determining  theeffects  of  electricity,  both  good  and  evil. 
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of  the  difference  of  opinion  that  prevails  among  those  who  use  electricity, 
as  to  its  general  and  special  value,  and  much  of  the  prejudice  that  exists 
against  electro-therapeutics  is  the  result  of  a want  of  a knowledge  of  the 
tests  by  which  the  action  of  electricity  on  patients  is  to  be  determined. 

When  we  give  opium,  we  know  very  soon  whether  it  relieves  pain  and 
produces  sleep,  or,  as  not  unfrequently  happens,  has  effects  precisely  op- 
posite. We  learn  to  judge  without  great  difficulty  whether  the  chloral  and 
quinine  are  doing  the  work  that  we  desire.  With  stimulants  and  tonics, 
as  used  in  the  chronic  affections,  greater  difficulty  is  experienced,  but 
there  are  certain  tests  which  we  study  and  look  for  and  by  which  we  are 
guided.  The  effects  of  electricity  should  be  similarly  studied. 

The  good  effects  of  electrization  are  in  general  as  follows: 

1.  Relief  of  Pain  and  Disagreeable  Sensations,  Local  and  General. — This 
relief  may  appear  shortly  after  the  application  is  commenced,  after  it  has 
been  continued  for  some  minutes,  or  at  its  close.  In  some  cases  there  is 
no  relief  during  or  immediately  after  the  sitting,  but  several  hours  sub- 
sequently. We  include  painful  sensations  of  every  kind — the  vague 
wandering  pains  of  neurasthenia  and  hysteria,  of  neuralgia,  the  burning 
of  inflammation  and  the  severe  paroxysms  of  dysmenorrhoea. 

2.  Improvemefit  in  the  Pulse. — Where  the  pulse  is  abnormally  slow  it 
may  be  quickened  both  during  and  for  some  time  after  the  sitting.  Where 
it  is  abnormally  rapid  it  may  be  lowered.  The  pulse,  therefore,  may  be  a 
guide  in  the  administration  of  electricity,  as  it  is  a guide  in  the  adminis- 
tration of  alcohol  and  various  other  forms  of  stimulants  and  tonics.  If  the 
quiet  pulse  is  made  much  quicker  and  so  remains  for  some  time,  we  may 
suspect  that  the  application  has  been  too  strong  or  too  long. 

3.  Ifnp7-ovement  in  the  Temperature  of  the  Body,  or  of  the  Part  which  is 
Treated. — Parts  that  are  abnormally  warm  are  cooled,  or,  as  is  more  fre- 
quently the  case,  parts  that  are  abnormally  cold  are  warmed,  during  and 
subsequent  to  the  operation.  The  temperature  may  be  tested  by  the  sen- 
sations of  the  patient,  by  the  touch  of  the  operator,  or  by  the  thermometer. 

4.  General  Calming  Influence  and  Disposition  to  Nervousness  is 

allayed,  just  after  taking  wine,  or  food,  or  a bath,  or  a drive  by  the  sea. 
The  disposition  to  sleep  comes  on  usually  after  the  application,  in  rare 
cases  during  the  sitting,  especially  when  the  head  or  neck  is  gahmnized, 
or  in  positive  static  electrification  by  the  simple  method  of  insulation. 

5.  PI e?ital  Exhilaration. — The  effect  of  sea-bathing,  or  the  inhalation 
of  oxygen,  is  to  exhilarate  in  a way  that  defies  minute  analysis.  The 
effect  of  electrization  is  similar. 

6.  Increase  of  Appetite  and  Improvement  in  Digestion. — In  some  in- 
stances the  appetite  is  sharpened  by  a single  sitting;  the  permanent  im- 
provement is,  of  course,  a slower  effect,  and  is  only  observed  after  a num- 
ber of  applications. 

7.  Improvement  in  Local  and  General  Nutrition. — To  accomplish  im- 
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provement  in  nutrition  is  the  great  object  of  electric  treatment.  The  re- 
lief of  pain  and  of  other  special  symptoms,  during  a sitting,  may  justly  be 
regarded  as  results  and  accompaniments  of  improvement  in  nutrition.  At 
a later  stage  of  a course  of  treatment  the  improvement  in  nutrition  may 
be  seen  and  studied  by  the  senses.  Improvement  in  local  nutrition  is 
produced  by  local  electrization,  improvement  in  general  nutrition  is  pro- 
duced by  general  or  central  electrization.  Peripheral  local  electrization 
may,  however,  reflexly  produce  improvement  in  general  nutrition,  particu- 
larly when  prominent  organs,  as  the  uterus,  the  stomach,  and  liver,  are 

treated. 

The  evil  effects  of  electrization,  by  the  occurrence  of  which  we  may 
suspect  that  the  applications  are  too  strong  or  too  long,  or  improperly 
given,  or  that  wrong  methods  are  used,  or  that  the  temperament  and  dis- 
ease of  the  patient  contraindicate  electricity,  are,  in  general,  as  follows: 

1.  Headache  and  Backache.— shocks,  or  interruptions  of  the 
current,  may  cause  momentary  headache  that  passes  away  as  quickly  as  it 
came,  \vhen  the  headache  persists  for  a considerable  time  one  may 
know  that  there  has  been  somewhere  a mistake  in  the  application. 

2.  Jrrilahility  and  Patients  may  feel  nervous,  irritable,  and 

indefinably  disagreeable  after  an  application,  and  the  sleep  the  following 
night  may  be  less  sound  and  more  disturbed^  by  dreams  than  usual. 

These  are  evil  effects,  and  are  to  be  guarded  against. 

3.  General  Malaise.— symptom,  which  is  the  reverse  of  the  exhil- 
aration spoken  of  among  the  good  effects,  appears  not  unfrequently  after 
an  overdose,  especially  of  general  faradization  or  of  static  electricity. 
It  sometimes,  though  less  frequently,  follows  central  galvanization,  and 
there  is  no  form  of  local  electrization,  central  or  peripheral,  that  may  not 
in  some  temperaments  and  conditions  give  rise  to  it. 

4 Excitation  oj  J'ain,  or  Increase  of  Fain  already  Existing.  Neura  gia 
is  sometimes  increased  on  the  application  of  the  current,  and  particularly 
when  the  currents  are  strong  and  interruptions  are  made.  A harsh  ana 
rough  faradic  current,  even  when  mild,  may  aggravate  pain.  Sometimes 
there  is  no  effect  during  or  immediately  following  the  seanee ; but  in 
course  of  a few  hours,  the  pain  is  excited  or  aggravated. 

Similarly  the  pains  that  accompany  malignant  tumors  may  be  ex 
when  electricity  is  applied  during  an  interval,  or  they  may  be  increase 
if  treated  during  the  paroxysm. 

..  Over- Excited  Pulse. pulse  may  indicate  whether  the  apphe. 
tion  has  done  good  or  harm,  with  some  considerable  certainty,  P™*' ^ 
the  operator  is  sufficiently  familiar  with  the  normal  pulse  of  the  pa  e,  • 
This  familiarity  can  only  come  from  previous  acquaintance.  ^ 
seeing  a patient  for  the  first  time,  and  treating  him  by  electrici  ^ 
likely  to  be  deceived.  The  pulse  may  be  over-excited  by  the  mere 
ing  in  of  a new  physician,  or  by  the  thought  or  dread  of  electiicity. 
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the  value  of  the  pulse  as  a means  of  determining  the  degree  of  the  ill 
effects  of  an  application  is  much  diminished.  As  a test  of  the  good  effects 
of  electricity,  it  is  much  more  worthy  of  trust. 

6.  Chilliness  and  other  Nervous  Sensations. — An  application  which  has 
been  made  injudiciously  may  be  followed  almost  immediately  by  a feeling 
of  chilliness,  as  though  the  patient  had  taken  cold.  There  may  be  also  a 
stiffness  of  the  neck,  and  pain  on  turning  the  back,  as  though  the  patient 
were  rheumatic,  and  heat  and  burning  in  the  spine,  and  crawling,  creep- 
ing, pricking,  stinging  sensations  in  the  face,  down  the  back,  and  on  the 
limbs  and  other  parts  of  the  body. 

These  sensations  are  not  due  to  a cold,  as  is  sometimes  supposed — for, 
except  through  gross  carelessness,  patients  do  not  take  cold  during  an  ap- 
plication of  electricity — but  they  are  merely  nervous  sensations,  of  an  hys- 
terical character,  precisely  like  the  symptoms  described  under  hysteria 
and  allied  affections,  and  are  due  to  over-irritation.  They  more  fre- 
quently follow  faradization  than  galvanization,  especially  when  a hard, 
rough,  unpleasant  current  is  used.  They  appear  only  in  the  exhausted 
and  neurasthenic,  and  most  frequently  in  women. 

7.  A Feeling  of  Soreness,  Stiffness,  and  a Dull  Aching. — These  sensations 
are  closely  allied  to  those  described  in  the  preceding  paragraph — they 
are  the  result  of  over-irritation  either  of  the  nerve-centre  or  periphery. 
The  soreness  that  is  felt  in  the  muscles  after  severe  faradization  is  some- 
what like  that  which  is  experienced  after  violent  exercise  in  the  gymna- 
sium, on  skates,  or  on  horseback. 


The  dull,  aching  pain  through  the  whole  body  is  like  the  sensation  that 
is  experienced  after  taking  cold.  It  is  a purely  nervous  sensation  and  is 
caused  by  over-irritation  of  the  spinal  cord.  One  patient  whom  we  treated 
for  an  exhausted  and  irritable  condition  of  the  cord,  resulting  from  cerebro- 
spinal fever,  persisted  that  every  application  caused  him  to  “ take  cold.” 

8.  Profuse  Perspiration. — Gentle  perspiration  is  one  of  the  good  effects 
of  electrization;  it  is  observed  both  after  general  and  local  treatment. 
But  profuse  perspiration  of  any  part,  as  the  head,  or  one  of  the  limbs,  or 
of  one  side  of  the  body,  or  of  the  whole  body,  occurring  during  a seance 
or  directly  following  it,  is  a bad  symptom  and  indicates  over-irritation. 
In  some  hypersensitive  conditions  profuse  perspiration  may  appear  under 
a very  mild  current,  and  at  the  outset  of  the  application.  We  have  known 
a paralyzed  arm  in  hemiplegia  break  out  with  abundant  perspiration.  In 
cases  of  cerebral  and  spinal  irritation  we  have  known  the  forehead  and 
the  hands  to  perspire  freely  during  the  application.  Some  constitutions 
are  specially  impressible  in  this  regard.  We  once  treated  a case  of  paral- 
ysis of  the  bladder  by  external  galvanization;  the  patient  was  of  the  aver- 
age strength  and  health,  but  in  less  than  five  minutes  his  whole  body  was 
a.s  freely  perspiring  as  in  the  hottest  summer  day.  Nausea  and  faintness 
also  came  on  and  stopped  the  application. 


222 


ELECTRO-THERAPEUTICS. 


9.  Prolonged  Reaction  of  the  Ne^-ves  of  Special  Se7ise. — In  the  section  de- 
voted to  Electro-Physiology,  we  have  seen  that  the  nerves  of  special  sense, 
the  auditory,  the  olfactory,  the  ophthalmic,  and  the  gustatory  nerves,  all 
have  their  special  and  peculiar  reactions  to  electricity.  These  reactions 
are  normal  and  physiologic,  but  in  degree  and  variety  they  are  greatly 
influenced  by  temperament.  These  reactions  are,  on  the  part  of  the  audi- 
tory nerve,  hissing,  rushing,  boiling,  seething  sounds;  on  the  part  of  the 
ophthalmic  nerve  and  retina,  flashes  of  light;  on  the  part  of  the  olfactory 
nerve,  under  a powerful  and  painful  chrrent,  peculiar  phosphoric  or  ozonic 
odor;  on  the  part  of  the  gustatory  nerve,  an  acid  or  coppery  taste.  For 
the  great  majority  of  temperaments  in  health  or  disease,  these  reactions 
disapi^ear  with  the  cessation  of  the  application ; but  where  there  is  a spe- 
cial susceptibility  to  the  electricity,  or  when  veiy  severe  or  prolonged  ap- 
plications have  been  made,  some  of  these  reactions  may  continue  for  hours 
or  days.  Thus  we  have  known  patients  to  complain  of  the  peculiar  taste 
in  the  mouth  two  or  three  days  after  an  application.  The  buzzing  in  the 
ears  also  does  not  always  stop  when  the  current  is  opened.  Prolonged 
flashes  before  the  eyes  are  sometimes  noticed,  though  but  rarely.  Pro- 
longed reaction  of  the  olfactory  nerve  we  have  never  observed. 

We  call  these  prolonged  reactions  evil  effects,  because  they  appear  in 
very  susceptible  patients,  or  after  careless  procedures,  and  are  usually  ac- 
companied by  other  effects  that  are  unmistakably  evil. 

Disturbances  of  the  Nerves  of  Motion  and  Common  Sensation. — Under 
this  head  we  include  hypermsthesia,  general  or  local,  that  an  overdose  of 
electrization  sometimes  produces  in  nervous  and  hysterical  patients,  or  the 
opposite  condition  of  anmsthesia  and  muscular  spasms,  contractions,  and 
rigidity.  These  phenomena  are  not  frequent,  but  in  rare  instances  they 
have  been  observed;  muscular  spasm,  where  it  already  exists,  may  be  ag- 
gravated temporarily  by  electricity. 

Hygiene  of  Patients  after  the  Applications. — Patients  who  are  strong,  and 
are  treated  for  purely  local  troubles,  may  be  entirely  indifferent  in  regard 
to  their  behavior  after  electric  applications;  they  may  exercise  brain  or 
muscle,  or  remain  idle,  as  may  be  convenient,  and  the  improvement  under 
the  treatment  will  go  on  just  the  same.  But  delicate  patients  who  are 
treated  for  grave  conditions  of  debility,  and  especially  females,  do  bettei 
to  avoid  exertion  after  an  application ; better  for  them  to  sit  a while  01  lest 
on  a lounge,  and  if  they  are  treated  in  bed  to  remain  there;  and  this,  we 
believe,  is  another  advantage  in  treating  such  cases  just  after  retiring. 

If  any  fancy  they  take  cold  as  a result  of  an  application,  it  is  a ixire 
fancy,  or  it  is  the  nervous  chill  that  sometimes  follows  over-electnzation, 
or  it  is  the  result  of  exposure  in  a cold  room  while  undressing. 

Increased  Toleration  of  Electricity.— Hhe  system  can  become  habituate 
to  electricity  just  as  it  becomes  habituated  to  alcohol,  or  opium,  oi 
other  potent  remedy.  After  a long  course  of  treatment,  extending  ove 
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several  months,  nearly  all  patients  bear  very  much  longer  and  stronger 
applications  than  at  first.  This  is  observed  in  those  whose  sensitiveness 
to  electricity  is  at  first  extreme.  It  is  not  therefore  necessarily  a discour- 
aging fact  if  at  the  outset  of  a course  of  treatment  very  gentle  currents 
and  very  short  sittings  are  required. 

The  Temperament,  as  well  as  the  Disease,  to  be  Considered  m Using  Elec- 
tricity.— There  are  individuals  whom  electricity  always  injures,  the  only 
difference  in  the  effect  on  them  between  a mild  and  a severe  application 
being  that  the  former  injures  less  than  the  latter.  There  are  patients  upon 
whom  all  electro-therapeutic  skill  and  experience  are  wasted;  their  tem- 
peraments are  not  en  rapport  with  electricity. 

It  matters  not  what  may  be  the  special  disease  or  symptoms  of  disease 
from  which  they  suffer — paralysis,  or  neuralgia,  or  neurasthenia,  or  hyste- 
ria, or  affections  of  special  organs — the  immediate  and  the  permanent 
effects  of  galvanization  or  faradization,  general  or  localized,  are  evil  and 
only  evil.  We  have  not  arrived  at  this  opinion  by  theorizing;  we  have 
been  driven  to  it  by  the  accumulating  and  irresistible  logic  of  facts.  The 
first  query  that  arises,  in  the  mind  of  the  electro-therapeutist,  when  a case 
under  his  care  responds  badly,  is,  “Am  I rightly  using  this  remedy;  am  I 
making  the  application  too  long  or  too  severe,  or  by  improper  methods  ? 
Would  a change  of  current  be  desirable?”  But  after  we  have  tried  all 
electric  applications;  after  we  have  gone  from  galvanism  to  faradism, 
from  general  to  localized  electrization,  from  long  and  severe  to  short  and 
gentle  treatments;  after  we  have  rung  the  changes  on  all  these,  and  yet 
persistently  aggravate  rather  than  mollify  the  disease,  and  instead  of 
strength  and  relief  produce  weakness  and  distress,  and  instead  of  calmness 
cause  irritation — then  we  have  only  to  make  as  graceful  a retreat  as  possi- 
ble, and  put  that  patient  down  as  a case  that  was  not  bom  to  be  treated  by 
electricity.  We  have  no  explanation  to  offer  of  the  phenomenon ; and  the 
popular  belief  or  supposition  that  the  excess  or  deficiency  of  animal  elec- 
tricity has  something  to  do  with  these  matters  is  as  undemonstrable  as  it 
is  plausible;  he  who  should  attempt  to  prove  or  disprove  it  would  find 
that  he  had  undertaken  anything  but  an  easy  task.  It  would  seem  to 
come  in  the  list  of  those  strange  but  familiar  likes  and  dislikes  in  regard 
to  certain  articles  of  food  or  drink,  or  of  certain  sights  or  odors.  We 
know  of  no  physiognomic  or  rather  external  appearances  by  which  to  deter- 
mine whether  a patient  does  or  does  not  belong  to  the  unfortunate  few  who 
can  have  no  lot  or  share  in  electro-therapeutics.  The  strongest  equally 
"ith  the  weakest,  the  plethoric  and  the  enervated,  are  found  among  these 
Gentiles  of  science. 

The  reverse  proposition,  that  there  are  certain  constitutions  for  which, 
y whatever  form  of  chronic  disease  they  may  be  afflicted,  electricity  is 
always  indicated,  is  equally  true.  There  are  patients  who  find  in  electric 
treatment  almost  a specific.  Whether  they  suffer  from  dyspepsia  or  neu- 
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rasthenia,  from  hysteria  or  diseases  of  special  organs,  rheumatism  or  neu- 
ralgia, electrization  always  relieves  them  up  to  a certain  point,  at  least,  if 
it  does  not  positively  cure.  The  broad  fact  to  be  understood  is,  that  it  is 
not  so  much  the  disease  or  the  symptoms  as  the  temperament  that  indi- 
cates or  contraindicates  electrization. 

While  some  chronic  diseases  are  more  amenable  to  electricity  than 
others,  among  all  patients  there  are  individuals  to  whom  it  is  a matter  of 
indifference  w'hat  special  affection  they  may  suffer  from ; so  long  as  im- 
provement in  local  and  general  nutrition  is  indicated,  they  will  be  bene- 
fited by  electric  treatment. 

To  all  this  it  should  be  added  that  some  persons  are  indifferent  to 

electricity they  can  bear  almost  any  strength  of  either  current  very  fre-  _ 

quently  and  for  long  applications,  without  experiencing  any  effect  either 
good  or  evil.  Electricity  maybe  poured  over  them  in  limitless  measures; 
they  may  be  saturated  wdth  it,  and  they  may  come  out  from  the  applica- 
tions not  a whit  better  or  worse.  Patients  who  are  quite  delicate  and  sen- 
sitive exhibit  this  supreme  and  provoking  indifference  to  electricity.  ^ We 
are  inclined  to  believe  also  that  patients  vary  in  their  susceptibility  to 
electricity  at  different  times  of  life.  Susceptibility  to  stimulants  and  nar- 
cotics oftentimes  undergoes  strange  modifications  during  the  lifetime  of  an 
individual.  'I'hose  who  at  one  time  cannot  drink  coffee,  sometimes  find 
that  a few  years  so  modify  the  temperament  that  they  can  drink  it  with 
absolute  freedom,  and  vice  versa.  Similarly,  also,  alcoholic  liquors  act  in 
a most  capricious  way,  sometimes  benefiting,  at  other  times  injuring,  even 
when  nearly  all  the  other  conditions  except  age  are  the  same.  Idiosyn- 
crasies in  regard  to  certain  articles  of  food  are  by  no  means  constant 
through  life— they  may  change  either  way,  and  that  too  in  the  course  of  a 
few  years;  they  may  be  modified  by  febrile  or  other  diseases  that  revolu- 
tionize the  system,  or  by  residence  in  various  climates,  or  by  mere  lapse 
of  years.  Analogy  would  lead  us  to  suppose  that  susceptibility  to  elec- 
tricity might  also  be  thus  modified,  and  our  observations  seem  to  convince 

us  that  such  is  the  case.  i fo 

We  are  further  inclined  to  believe  that  susceptibility  to  electricity,  ta- 

vorable  and  unfavorable,  like  all  other  constitutional  tendencies,  is  subjec 
to  the  laws  of  hereditary  descent,  and  runs  in  families.  We  have  treated 
by  electricity  three  members  of  the  family  of  a physician  who  are  afliic ted 
with  quite  diverse  maladies,  but  all  of  whom  not  only  unproved  under  the 
treatment,  but  can  be  electrized  with  great  freedom  by  either  cuirent, 
yet  none  of  them  are  strong,  and  two  of  them  are  delicate. 

On  the  other  hand,  we  have  treated  families  where  several  of  the  mem 
bers  are  so  susceptible  to  the  electric  current  that  the  application  n 
made  with  great  care  lest  unpleasant  results  occur.  e ar 
vinced  also  that  the  proportion  of  those  who  do  not  bear 
larger  among  the  higher  than  among  the  lower  classes;  mop 
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dispensary  practice,  the  number  of  patients  who  exhibit  excessive  suscep- 
tibility to  the  electric  treatment  is  quite  limited,  whereas  in  private  prac- 
tice, among  tlie  intellectual  classes,  one  out  of  five  or  ten,  take  the  cases 
as  they  run,  must  be  treated  with  very  considerable  caution,  lest  disagree- 
able symptoms  arise.  \ 

Relation  of  Electro- Susceptivity  to  Prognosis. — Between  electro-susceptiv- 
ity  and  prognosis  there  would  appear  to  be  no  constant  relation.  One  pa- 
tient may  be  extremely  susceptible  to  electricity,  and  another  capable  of 
bearing  it  in  large  doses,  and  both  shall  be  benefited.  If  there  be  any 
law  in  the  matter  it  is  this : that  those  who  occupy  the  medium  ground, 
who  are  neither  specially  sensitive  nor  the  reverse,  offer  the  best  progno- 
sis under  electric  treatment.  It  is  equally  sure,  however,  that  those  who 
are  exceedingly  sensitive  may  become  so  tolerant  of  the  remedy  as  to  de- 
rive great  benefit  from  it.  For  this  reason  we  should  not  be  discouraged^ 
even  by  extreme  electro-sensibility  or  electro-susceptibility  in  our  pa- 
tients. 

The  most  provoking  class  are  those  who  cannot  be  influenced  in  any 
way  by  electricity,  but  who  can  even  from  the  very  first  receive  it  in  enor- 
mous doses  without  showing  or  feeling  any  good  or  evil  effect;  and  yet 
even  such  cases  may  by  protracted  treatment  be  benefited. 

Regard  for  Age. — In  the  apportioning  of  the  dose  of  electricity  the 
only  general  rule  to  be  considered  is,  that  the  extremes  of  life — the  very 
young  and  the  very  old — demand  rather  more  caution  than  those  in  youth 
and  middle  life.  It  is  not,  however,  necessary  to  divide  the  doses  of  elec- 
tricity for  infants  and  children,  as  we  divide  the  doses  of  ordinary  medi- 
cines; children  from  three  years  down  to  three  months  and  even  younger 
may  be  treated  by  general  faradization  and  central  galvanization  almost  as 
freely  as  adults.  On  theoretical  considerations,  and  in  order  to  be  on  the 
safe  side,  we  do  not  usually  treat  very  young  children  as  long  or  with  as 
strong  currents  as  adults,  nor  quite  so  frequently,  but  we  have  not  often 
seen  any  especially  bad  results  from  quite  prolonged  applications,  pro- 
vided mild  currents  are  used.  The  rule  is  to  give  the  average  baby  about 
half  as  much  treatment  as  the  average  adult.  Children  cry  when  the  cur- 
rent hurts  them,  and  this  to  the  merciful  physician  operates  as  a check 
against  overdosing  them. 


Very  old  patients— between  seventy  and  ninety — need  to  be  treated 
with  reasonable  but  not  extreme  caution.  The  moderately  aged — between 
fifty  and  seventy — often  bear  electricity  better  than  those  in  the  more  ac- 
tive period — between  twenty  and  fifty. 

Regard  for  Sex. — As  a rule  females  are  sometimes  more  susceptible  to 
electricity  than  males,  and  require  to  be  treated  with  greater  caution;  not 
that  there  is  any  difference  of  susceptibility  of  the  sexes,  but  because  in 
civilization  woman  is  more  delicate  than  man,  and  more  readily  influenced 
for  good  or  evil  by  all  remedies  and  systems  of  treatment.  But  although 
IS 
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the  law  that  woman  is  more  impressible  than  man  holds  well  on  the  aver- 
age, yet  the  individual  exceptions  are  very  numerous.  Some  women — 
even  those  who  are  exquisitely  delicate — can  bear  enormous  doses  of  elec- 
tricity, while  some  men  who  are  very  hardy  can  bear  none  at  all.  The 
rule,  however,  is  constant  enough  to  make  it  advisable  always  to  begin  the 
treatment  of  delicate  females  with  considerable  caution. 

The  higher  susceptibility  of  women  to  electric  influence  makes  them 
yield  more  rapidly  than  men  to  the  treatment,  when  it  suits  the  tempera- 
ment and  disease,  and  hence  it  is  that  many  of  the  most  delightful  results 
of  general  faradization  and  central  galvanization  have  been  obtained  in 
neurasthenic,  anmmic,  hysterical  women. 

The  menstrual  period  in  women  does  not  contraindicate  electric  treat- 
ment at  all,  but  on  considerations  of  delicacy  the  operations  of  general  • 
faradization  and  central  galvanization  cannot  well  be  performed  at  that 
time.  Local  applications  to  the  periphery  can  be  made  without  regard  to 
the  menses. 

Regard  for  the  A/et/iod  of  Application  and  the  Skill  of  the  Electro-thera- 
peutist.— It  is  not  electricity  in  the  abstract,  but  electrization — that  is, 
electricity  applied  to  the  body — that  cures  disease.  Everything,  there- 
fore, depends  on  the  method  of  application.  Patients  frequently  say  that 
they  have  “ tried  electricity”  and  it  did  no  good.  We  have  long  since 
ceased  to  pay  any  heed  to  such  statements,  or  to  allow  them  to  influence 
our  prognosis,  unless  it  is  expressly  stated  who  gave  the  electric  treatment, 
what  methods  were  employed,  and  how  faithfully  the  treatment  was  carried 
out.  Some  of  the  best  successes  we  have  are  gained  with  patients  who 
have  ’‘tried  electricity”  and  found  it  wanting.  What  should  we  think  of 
a patient  afflicted  with  a broken  leg  who  should  say  that  he  had  tried 
surgery,”  and  it  had  failed  to  set  the  bone?  Would  we  not  ask,  “What 
surgeon?  Was  he  a pretender  or  a man  of  science?  And  did  he  have  a 
fair  chance?”  It  is  possible,  even  if  good  treatment  at  the  hands  of  good 
men  failed  some  time  ago,  that  the  conditions  may  now  be  so  altered  that 
the  same  or  different  treatment  will  be  successful. 

It  is  not  the  remedy,  it  is  the  manner  of  using  it  that  determines  its 
value.  There  is  as  much  difference  in  electro-therapeutists  as  there  is  m 
general  surgeons,  ophthalmologists,  or  aurists,  or  gynecologists,  or  obstet- 
ricians. In  the  ranks  of  those  who  use  batteries  are  all  grades  of  genius, 
and  lack  of  genius,  especially  the  latter.  In  electro-therapeutics  thiee 
currents  are  used,  and  many  different  methods  of  application,  and  these 
methods  are  all  capable  of  indefinite  variations,  dependent  on  the  taste, 
skill,  or  experience  of  the  electro-therapeutist.  When  one  mode  of  appli- 
cation fails,  another  may  succeed;  when  one  electro-therapeutist  fai  s 
with  any  mode  of  application,  another  with  the  same  mode  of  application 
may  succeed.  And  yet  patients  with  some  obscuie  disease,  that  requiies 
the  best  diagnostic  as  well  as  therapeutic  skill,  who  have  had,  peihap-, 
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half  a dozen  applications  of  the  magneto-electric  or  rotary  machines,  at 
the  hands  of  some  stupid  servant-girl,  declare  that  they  have  “ tried  elec- 
tricity.” As  well  might  a sailor  whose  broken  bone  had  been  badly  set  at 
sea  by  a comrade  before  the  mast  declare  that  he  had  “ tried  surgery.” 

2'he  Differential  Frognosis  of  Accidental  and  Hereditary  Disease,  under 
Electric  Treatment. — The  prognosis  of  any  case  under  electric  treatment 
depends  more  on  the  time  that  the  disease  has  been  existing  than  on  the 
nature  of  the  disease  itself.  Very  grave  and  severe  symptoms  of  the  most 
threatening  character  yield  promptly,  when  they  are  recent,  and,  so  to 
speak,  accidental,  while  mild  and  nameless  symptoms,  that  appear  to  be 
of  the  most  trifling  character,  when  long  standing,  and  especially  when 
they  are  inherited,  may  be  exceedingly  obstinate.  It  becomes,  therefore, 
of  the  first  importance  to  inquire  how  long  the  morbid  symptoms,  or  other 
symptoms  allied  to  them,  have  been  existing  in  the  patient,  before  making 
a prognosis.  This  principle  applies  to  all  diseases  for  which  electricity 
is  employed.  It  is  illustrated  in  a most  interesting  manner  in  hysteria 
and  allied  affections.  If  two  cases  present  themselves,  both  suffering 
from  symptoms  of  hysteria  and  neurasthenia,  but  in  one  case  the  symptoms 
are  a life-long  heritage,  while  in  the  other  they  have  arisen  recently,  and, 
so  to  speak,  accidentally,  the  prognosis  in  the  latter  case  is,  other  condi- 
tions being  the  same,  consequently  more  favorable.  Even  if  the  symptoms 
in  the  recent  case  be  of  a severer  type,  the  prognosis  may  be  much  better 
than  in  the  inherited  case.  On  this  account  it  becomes  necessary  to  in- 
quire with  diligence  and  repeatedly,  of  the  patients  and  of  their  friends,  in 
order  to  see  whether  any  allied  symptoms  have  been  their  portion  through 
life,  and  whether  the  special  disturbances  for  which  they  require  treatment 
are  simply  branches  of  a great  tree  of  disease  that  has  grown  up  in  them 
from  the  moment  of  their  inception. 

When,  for  example,  a patient  appears  with  sciatica,  or  tic  douloureux, 
it  is  not  enough  to  learn  how  long  that  particular  symptom  has  distressed 
him  in  the  present  attack.  The  questions  to  be  asked  are : Has  he  ever 
at  any  period  of  his  life  had  this  or  any  other  form  of  neuralgia?  Is  he 
of  the  nervous  diathesis?  Have  his  parents  or  any  of  his  near  relations 
suffered  from  neuralgia,  or  from  any  disease,  or  symptoms  of  disease  that 
are  allied  to  it?  On  the  answers  given  to  these  queries  will  depend  our 
probable  prognosis,  not  only  as  to  rapidity  of  relief  under  electric  treat- 
ment, but  also  as  to  its  permanency. 

Inherited  diseases  are  inclined  to  relapse:  the  symptom  may  give  way, 
apparently,  before  the  force  of  treatment,  but  may  reappear  as  easily  as  it 
disappeared,  even  while  the  treatment  is  continued. 

After-Effects  of  Electric  Treatment. — It  is  a fact  well  recognized  that  the 
tonic  effects  of  a trip  to  Europe,  or  to  the  mountains,  or  on  a short  vacation 
anywhere,  or  at  any  season,  are  frequently  but  little  appreciated  while  the 
patient  is  travelling  or  recreating;  but  appear  days,  weeks,  and  months 
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subsequently.  A debilitated  man  may  receive  no  strength  while  on  the 
ocean,  or  at  the  hotel,  or  farm-house  in  the  country,  may,  indeed,  seem  to 
grow  weaker  instead  of  stronger,  and  may  become  disheartened  thereby ; 
but  on  his  return  to  his  duties,  health  may  gradually,  perhaps  impercepti- 
bly, come  to  him,  and  he  may  experience  a renovation  and  a recuperation 
that  can  only  be  explained  as  the  after-effects  of  his  vacation. 

It  is,  perhaps,  not  so  well  recognized  that  tonic  remedies,  and  systems 
of  treatment  of  various  kinds,  may  act  just  in  the  same  way.  Not  only  the 
evil  but  the  good  effects  of  medicines  may  be  cumulative.  We  may  see 
this  principle  illustrated  in  the  administration  of  quinine,  strychnine,  ar- 
senic, phosphorus,  and  iron. 

Electricity  obeys  the  same  law,  and  in  certain  constitutions  and  cer- 
tain states  of  the  system,  especially  those  of  debility,  it  does  little  or  n th- 
ing that  the  patient  can  see  or  feel  during  the  treatment  itself^ — but  pre- 
pares the  way  for  a perfect  and  permanent  recovery.  We  have  seen  this 
principle  illustrated  in  a large  variety  of  cases  of  chronic  disease.  The 
practical  lesson  that  we  are  to  derive  from  this  is  to  encourage  patients 
wlio  do  not  feel  fully  satisfied  with  the  progress  that  they  make  while  un- 
der treatment,  to  tvatch  closely,  if  possible,  their  career  long  after  treat- 
ment is  abandoned. 

Electrization  in  its  Relations  to  other  Forms  of  Treatment. — The  question, 
so  often  asked,  whether  electric  treatment  will  interfere  with  internal  medi- 
cation, or  with  gymnastics,  the  Russian,  Turkish,  or  other  baths,  and  so 
forth,  is  very  easily  answered.  It  harmonizes  with  all  other  tonic  reme- 
dies and  methods  of  treatment  that  are  employed  for  the  common  purpose 
of  relieving  pain  or  building  up  broken-down  constitutions. 

Except  in  cases  where  we  wish  to  experiment  and  learn  the  therapeutic 
value  of  electricity  by  itself  alone,  uncomplicated  with  other  healing  fac- 
tors, it  is  a positive  advantage  oftentimes  to  employ,  at  the  same  time 
with  electricity,  external  or  internal  medication  of  various  kinds.  So  far 
as  we  now  know  there  is  no  medicine  that  is  incompatible  with  electricity. 
There  is  no  evidence  that  any  remedy  has  any  specific  reinforcing  effect 
upon  ele  tricity,  such,  for  example,  as  certain  stimulants  have  on  hydrate 
of  chloral.  Some  of  the  best  therapeutic  results  are  obtained  from  a com- 
bination of  electric  with  other  treatment. 

On  the  Use  of  Electricity  by  the  Laity.— Even  at  this  advanced  stage  of 
electro-therapeutics,  it  seems  to  be  necessary  to  constantly  warn  the  pro- 
fession against  indiscriminately  entrusting  the  details  of  electric  applica- 
tions to  the  nurses,  friends  of  patients,  and  the  patients  themselves.  _ Hay- 
ing just  rescued  this  department  from  the  hands  of  the  laity,  and  given  it 
a position  among  men  of  science,  it  seems  strange  that  those  physicians 
who  are  familiar  with  the  subject  should  even  now  use  their  influence  to 
return  it  to  the  people  at  whose  hands  it  formerly  suffered  so  much;  to 
restore  it  to  the  captivity  of  prejudice  and  ignorance. 
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TI;e  temptation  on  the  part  of  the  people  to  use  electricity  themselves, 
and  on  the  part  of  the  profession  to  allow  them  to  do  so,  is  very  strong. 
The  majority  of  physicians  know  little  more  of  electro-therapeutics  than 
their  patients.  Some  have  a theoretical,  but  not  a practical  acquaintance 
with  it.  Then  there  are  those  who  are  well  practised  in  the  art,  but  are 
too  closely  occupied  to  employ  it.  They  have  no  apparatus,  or  if  they 
have  any  it  is  very  likely  out  of  order.  Perhaps  no  specialist  is  accessi- 
ble, or  the  patient  is,  or  is  supposed  to  be,  too  poor  to  employ  one.  The 
physician,  forgetting  that  it  is  not  electricity,  but  electrization  that  cures 
disease,  forgetting  that  there  are  three  kinds  of  electricity  in  common  use, 
and  many  different  methods  of  application,  every  one  of  which  is  capable 
of  various  modifications,  forgetting  that  there  are  certain  temperaments 
that  will  not  bear  electricity,  however  applied,  and  that  there  are  others 


who  must  be  treated  at  first  with  great  skill  and  caution,  and  on  whom  the 
currents  and  methods  employed  must  be  studiously  varied  during  a course 
of  treatment;  in  short,  forgetting  that  electro-therapeutics,  considered  as 
a science  or  an  art,  is  w'onderfully  complex  and  exacting,  orders  the  pa- 
tient to  “get  a battery  and  try  electricity.” 

Abbreviations  Used  in  Electro- Therapeutics. —li  is  a decided  convenience 
and  saves  much  time  in  recording  cases,  in  giving  private  instruction,  in 
public  lecturing,  and  in  conversation,  to  describe  electric  applications  by 
abbreviations.  We  therefore  suggest  the  following  abbreviations,  which 
have  been  used  with  satisfaction  in  giving  private  instruction  and  in  con- 
versation with  our  assistants  and  others  who  are  familiar  with  it,  and  in 
records  of  cases  from  day  to  day : 

L.  F.  Localized  faradization. 

“ galvanization. 

General  faradization. 

Central  galvanization. 

Galvanization  of  the  brain. 

“ sympathetic, 
spine. 

Bi-polar  faradization. 

Static  electrification. 

“ breeze. 

“ spark. 

“ wave  current. 

Electrolysis. 

G.  C.  C.  Galvano-chemic  cauterization. 

G.  C.  Galvano-cautery, 

C.  E.  Combined  electrization. 


L.  G. 
G.  F. 
C.  G. 
G.  B. 
G.  C. 
G.  S. 
B.  F. 
S.  E. 
S.  B. 
S.  S. 
S.  W. 
E. 


CHAPTER  IV. 

THE  DOSAGE  OF  ELECTRICITY. 

The  Galvanic  Current— more  thoroughly  one  studies  electro-ther- 
apeutics in  all  its  relations,  medical  and  surgical,  the  clearer  it  becomes 
that  the  real  scientific  basis  for  the  use  of  electricity  in  medicine  and  sur- 
gery is  found  in  electro-physics  more  than  in  electro-physiology.  The 
rationale,  therefore,  of  the  various  methods  of  electrization,  of  electro-cau- 
terization, and  the  important  department  of  electrolysis,  can  be  satisfacto- 
rily understood  only  by  those  who  have  grasped  the  elementary  principles 
of  electro-physics— the  laws  of  resistance  and  conductibility,  and,  above 
all  the  law  of  Ohm.  Those  who  have  been  once  well-grounded  in  these 
laws  of  electro-physics  find  that  the  various  special  problems  that  arise, 
whether  of  a theoretical  or  practical  character,  very  quickly  resolve  them- 
selves In  some  conditions  and  with  some  individuals  the  difference  in 
result  between  a very  gentle  and  short  application  and  a very  strong  and 
protracted  one  is  nothing  more  or  less  than  the  difference  between  agre  - 
Sble  success  and  painful  failure,  while  in  other  conditions  and 
individuals  the  difference  between  success  and  failure  ^ 

difference  between  strong  and  short  applications  and  mild  and  protracted 

There  are  persons  who  must  be  treated  not  only  mildly,  laut  at  ^ 

bear  with  advantage,  powerful  and  frequent  applications;  to  chsti  guis 
b These  class's  ind  the  varices  gradations  that  lie  between  the  e - 

tremes  of  tolerance  and  of  susceptibility  is  the  first  duty,  and 
the  hardest  study,  of  him  who  makes  much  use  " as 

To  state  in  definite  terms  the  solution  of  the  problem  of  ^ctrtc  dos  g 
it  relates  to  these  various  classes  and  gradations  is  a 
means  propose  to  undertake.  The  ability  o ™asure  wdh  the 
nicety  the  strength  of  the  current  does  not  solve  the  Ptoble™; 

Such  precision  may  be  of  the  utmost  value  in  = ^ 
of  any  given  case  of  neuralgia,  for  example,  bii  ‘ 3, ate- 

may  in  no  way  answer  for  the  next  case,  an  , 0 . „ervous 

ments  of  the  number  of  milliamperes  use  m i er 
disease  especially  are  by  no  means  as  valuable  as  one  might  be 

lieve. 
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A clear  appreciation  of  the  fact  that  the  human  system  reacts  to  no 
drug  with  such  varying  susceptibility  as  to  electricity  is  one  of  the  first 
and  most  important  lessons  to  be  learned. 

When  we  come,  however,  to  the  department  of  electro-surgery  as  repre- 
sented by  electrolytic  action,  the  case  is  widely  different.  To  produce 
certain  local  effects  requires  a certain  definite  expenditure  of  force,  and 
the  question  of  idiosyncrasy  cannot  be  so  much  considered,  although  even 
here  it  is  not  to  be  altogether  ignored. 

The  milliamperemeter  has  been  used  in  therapeutics  only  a compara- 
tively short  time,  but  for  many  years  nervous  as  well  as  other  diseases 
have  been  treated  by  electricity,  with  different  degrees  of  success,  accord- 
ing to  the  individual  experience  and  skill  employed  in  its  use.  Person- 
ally, although  acknowledging  the  great  utility  of  accurately  measuring  the 
strength  of  the  current,  we  cannot  claim  greater  success  in  the  treatment 


of  most  nervous  diseases,  now  that  the  milliamperemeter  is  employed  with 
every  application,  than  formerly  when  it  was  unknown,  and  this  experi- 
ence is,  we  fancy,  common  to  all  those  who  have  through  years  of  work 
become  practically  familiar  with  the  routine  of  electro-therapeutic  treat- 
ment. It  is,  notwithstanding,  an  immense  convenience.  It  relieves  the 
mind  of  all  anxiety  in  regard  to  many  minor  details,  and  he  who  has  once 
tested  it  will  never  willingly  be  without  it.  To  the  tyro  it  is  a necessity. 

\\  ithout  it  he  will  find  himself  working  entirely  in  the  dark,  and  a be- 
ginner should  no  more  think  of  attempting  serious  work  without  his  indi- 
cator of  current-strength,  than  he  should  administer  his  drugs  without  his 
apothecary’s  measure.  Another  appliance  convenient  to  have,  but  in  no 
sense  essential,  is  the  rheostat,  the  utility  of  which  we  will  briefly  illus- 
trate. To-day,  for  example,  the  observer  notices  that  the  current  from  a 
given  number  of  cells  is  painfully  felt  by  the  patient,  while  to-morrow  the 
same  strength  applied  to  the  same  patient  may  be  felt  but  slightly.  If  no 
milliamperemeter  is  used,  the  mystery  seems  very  great. 

If,  however,  the  current  is  measured  the  mystery  is  solved,  for  it  is  ob- 
served that  when  pain  follows  the  application,  a greater  number  of  milli- 
amperes  is  registered  than  when  no  pain  is  produced. 

All  this  is  explained  by  the  fact  that  the  skin  varies  very  much  on 
ifferent  days  and  in  different  physical  conditions  as  to  its  conductivity. 
Now  if  on  one  day,  in  an  application  to  a patient  of  a current  from 
t irty  cells,  the  meter  registers  thirty  milliamperes,  and  on  the  next  the 
same  number  of  cells,  with  the  electrodes  applied  on  the  same  portion  of 
e body,  causes  the  meter  to  indicate  but  twenty,  we  know  that  there  is 
3 ar  greater  resistance  to  the  current  on  the  second  day  than  on  the  first, 
t IS  not  essential,  for  practical  purposes,  that  we  know  just  what  that  re- 
sistance is,  but  it  is  desirable  and  interesting  to  know,  and  the  rheostat 
supp  les  this  knowledge  with  absolute  exactness.  In  order  to  find  out  the 
esistance  when  the  registration  is  thirty,  we  substitute  a rheostat  for  the 
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body  of  the  patient  and  introduce  a number  of  ohms  in  the  circuit  suffix 
cient  to  hold  the  needle  at  thirty.  If  the  number  of  ohms  found  necessary 
is  three  thousand,  then  three  thousand  is  exactly  the  resistance  offered  by 
the  body  of  the  patient  on  the  first  day.  To  find  out  the  resistance  when 
the  meter  registers  but  twenty,  the  same  process  is  repeated,  and  if  the 
number  of  ohms  registered  is  five  thousand,  we  know  that  five  thousand 
ohms  is  the  amount  of  resistance  offered. 

The  utility  of  the  rheostat  in  therapeutics  is  more  especially  in  the  di- 
rection of  enabling  us  to  increase  or  decrease  the  current  gradually  and 
without  shock.  After  intercalating  a resistance  of  one  thousand  or  more 
ohms  we  bring  into  action  the  number  of  cells  that  will  probably  be  re- 
quired. By  gradually  reducing  the  resistance  in  the  rheostat,  the  milli- 
amperemeter  soon  marks  the  degree  of  quantity  required.  To  decrease 
the  current  the  resistance  in  tlie  rheostat  is  gradually  increased  until  the 
needle  points  to  o,  an  indication  that  the  resistance  equals  the  strength 
of  the  current.  'I’he  Germans  taught  the  use  of  ridiculously  weak  cur- 
rents, and,  influenced  by  these  teachings  and  by  a natural  respect  for  an 
agent  so  subtle,  the  average  degree  of  strength  employed  when  first  we 
began  the  use  of  electricity,  and  for  years  subsequently,  indeed,  was  in 
many  cases  entirely  inadequate.  In  the  applications  to  the  head  ten  or 
twelve  cells  were,  as  a rule,  considered  quite  sufficient.  Beneficial  results 
were  often  seen  to  follow  such  mild  treatment,  it  is  true,  and  it  was  seldom 
tliat  more  was  attempted,  but  that  the  dose  of  electricity  thus  obtained 
was  exceedingly  slight,  and  far  more  inefficient  than  was  then  supposed, 
can  be  readily  demonstrated.  The  cephalic  electrode  was  a broad,  thick 
sponge,  while  the  other,  applied  generally  to  the  pit  of  the  stomach,  was  of 
sponge  also,  but  much  smaller.  The  resistance  thus  offered  is  necessarily 
very  great,  and  if  the  milliamperemeter  is  used,  it  will  be  found  that  the 
actual  quantity  of  electricity  passing  through  the  body  of  the  patient 
hardly  exceeds  four  or  five  milliamperes.  Now,  to  use  a current  of  only 
this  strength  in  applications  to  the  nerve  centres  is,  as  a rule,  little  more 
than  child’s  play,  and  we  make  this  assertion  in  remembrance  of  the  fact 
that  we  formerly  advocated  tlie  efficiency  of  currents  even  milder  than 
this.  Sometimes  benefit  may  undoubtedly  accrue  from  these  very  mild 
applications,  but  we  have  for  so  long  a time  observed  the  effects  of  a 
bolder  line  of  treatment  that  we  have  no  hesitancy  in  advocating  it  m 

preference  to  former  methods.  , i • f 

In  place  of  a current  strength  of  four  or  five  milliamperes,  substitute 

one  of  twenty,  and  the  superiority  of  results  will  soon  become  manifest. 
But  if,  by  the  method  in  common  use,  twelve  ordinary  cells,  in  the  tiea 
ment  of  the  head,  deflect  the  needle  but  about  five  degrees,  it  would  take 
some  forty-eight  cells  to  give  a strength  of  twenty  milliamperes,  anc  c 
physicians  have  any  such  number  at  command  as  that.  Foi  tiis  pu  l 
the  electrodes  should  be  as  large  as  possible  that  is,  broac  an  a , 
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curved  according  to  the  part  of  the  body  to  which  they  are  applied,  but 
with  little  bulk. 

With  electrodes  such  as  these  and  a series  of  eighteen  Leclanche 
cells,  a current  of  twenty  milliamperes  can  readily  be  obtained  in  appli- 
cations from  the  head  to  the  solar  plexus.  Thirty-six  cells  would  there- 
fore give  forty  milliamperes,  an  intensity  of  current  seldom  necessaiy  in 
central  galvanization.  In  applications  to  the  mucous  membrane  of  the 
utenis  and  vagina,  where  the  resistance  is  far  less,  the  same  number  of 
cells  will  cause  the  registration  of  the  milliamperemeter  to  run  up  into 
the  hundreds. 

In  making  these  strong  applications  to  the  brain  there  is  an  element 
of  danger  which  cannot  be  emphasized  too  strongly,  and  .that  is  the  possi- 
bility and,  indeed,  the  probability,  considering  the  utterly  haphazard  way 
in  which  electricity  is  too  frequently  used,  of  the  current  becoming  sud- 
denly broken. 

Even  with  very  w^eak  currents  applied  to  sensitive  nerves,  or  to  the 
head,  interruptions  are  as  a rule  undesirable,  and  when  strong,  as  indi- 
cated by  a deflection  of  the  needle  of  twenty  or  more,  they  may  painfully 
^ggr^vate  the  very  symptoms  that  you  are  endeavoring  to  allay.  As  an 
illustration  of  this  most  important  fact  we  may  be  allowed  to  refer  to  two 
out  of  a number  of  cases  upon  which  this  statement  is  based.  The  first 
was  a case  of  epilepsy ; one  which  had  been  helped,  up  to  a certain  point 
only,  by  a persistent  use  of  the  bromides,  but  which  had  very  greatly  im- 
proved and  finally  recovered,  when  this  treatment  was  supplemented  by 
galvanization  of  the  brain. 

The  attacks  had  been  growing  far  less  frequent,  and  at  this  time  some 
three  months  had  elapsed  since  the  last.  The  patient  was  feeling  exceed- 
ingly well,  and  this  in  itself  was  with  her  regarded  as  a guaranty  of  ex- 
emption ; for  invariably,  before  a paroxysm,  she  w'as  accustomed  to  feel 
far  from  well.  With  one  pole  at  the  epigastrium  and  the  other  on  the 
head  we  were  gradually  increasing  the  current,  until  it  probably  indicated 
some  fifteen  or  twenty  milliamperes.  In  some  way  the  connection  was 
suddenly  broken,  and,  w'ith  the  characteristic  cry,  the  patient  fell  over  in 

an  epileptic  fit,  and,  as  w'e  afterward  learned,  one  of  far  greater  severity 
than  usual. 


1 he  other  was  a severe  case  of  chorea  of  long  standing.  This  patient 
was  slowly  but  surely  recovering,  and  had  so  far  regained  command  of  his 
ower  lirnbs  that  he  could  walk  with  but  slight  evidences  of  any  lack 
CO  ordinating  power,  and  could  use  his  knife  and  fork  wdth  ordinary 
th^  -^bout  this  time  he  inadvertently  received  a shock  through 

^ c ead  of  a current  strength  of  some  twenty  milliamperes.  Results 
th  f unpleasant  character  followed.  The  choreic  movements  of 

^ ^ eg.s  and  arms  returned  in  a marked  degree,  so  that  he  walked  with 
certain  step,  and  could  no  longer  feed  himself.  These  aggravated 
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symptoms  continued  for  about  ten  days,  and  then  began  gradually  to 
subside. 

We  would  by  no  means  be  understood  to  say  that  a galvanic  shock, 
even  though  severe,  will  usually  cause  marked  increase  of  symptoms  that  . 
are  subsiding  under  the  use  of  an  uninterrupted  stable  current.  Such  ' 
shocks  are  many  times  given  without  any  apparently  evil  results.  They  t , 
should,  nevertheless,  be  guarded  against  in  every  possible  way,  as  their  * 
tendency  is  undoubtedly  harmful.  One  of  the  diseases  to  which  we  will  V 
refer  in  giving  more  definitely  our  own  experience  in  regard  to  electric  | * 
dosage  is  epilepsy,  a condition  in  which  electricity  is  far  from  being  gen-  | 
erally  recognized  as  capable  of  any  special  service.  We  are  not  aware  | /T 
that  in  this  connection  the  disease  has  been  discussed  in  any  treatise  or  t 
article  excepting  our  own.  As  far  back  as  1878  we  wrote  upon  the  sub-  ^ L 
ject,  and  later  gave,  before  the  New  York  Academy  of  Medicine,  the 
results  of  our  observation  in  twenty-eight  cases.*  Of  these  twenty-eight  | 
cases  of  epilepsy  almost  all  of  them  were  treated  without  the  aid  of  accu-  J ' y 
rate  current  measurement,  since  the  mi  11  iamperemeter  in  therapeutics  is  * - ' 
of  comparatively  recent  introduction.  It  is,  however,  possible  to  give  ap-  1 
proximately  the  strength  of  current  used  in  most  of  these  cases.  t' . 

The  range  was  between  fifteen  and  forty  milliamperes.  We  have  found  | 
no  patient  sulTering  from  epilepsy  who  could  not  endure,  without  ill  ^ , 
effects,  a current  of  fifteen  milliamperes,  provided  the  cephalic  electiode  ^ 
covered  a surface  sufficiently  large  and  was  accurately  adjusted,  while  T 
most  of  them  bore  without  discomfort  a much  stronger  current.  Seldom,  j 
if  ever,  should  we  regard  more  than  thirty  milliamperes  desirable,  and  ,v;  . 
the  strength  that  we  have  found  most  generally  acceptable,  and  of  service  ^ 
to  our  patients,  has  been  from  fifteen  to  twenty  milliamperes.  In  choiea,  ^ 
substantially  the  same  rule  prevails  in  regard  to  strength  of  application, 
or  would  prevail,  if  the  average  age  of  choreic  patients  was  not  much  less  . 
than  that  of  epileptics. 

The  strength  of  current  applied  to  the  head  in  a case  of  choiea  under 
twelve  years  of  age  should  rarely  exceed  twenty  milliamperes,  and  gener- 
ally should  be  about  twelve.  We  cannot  approximate  the  relative  dose  of 
electricity  for  different  ages  as  accurately  as  we  can  that  of  drugs.  This 
observation,  however,  will  be  found  to  be  uniformly  correct:  The  very 
young  bear  proportionately  very  much  stronger  currents  than  adults.  / 
child  of  three,  who  should,  according  to  rule,  tolerate  only  about  one-  U 
the  adult  dose  of  any  powerful  drug,  will  easily  bear  one-third  the  a u 

dose  of  electricity.  . ... 

Old  people  bear  stronger  currents  than  those  in  middle  life;  it  is,  in- 
deed, quite  astonishing  to  observe  the  very  marked  insusceptibi  it) 
some  very  old  people  to  electricity,  due  in  some  measure,  pei  ^ 

blunted  sensibility,  but  in  a higher  degree  to  a loss  of  conductivity  0 

*New  York  Medical  Journal,  April  i6th,  1887.  • 
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tissues,  and  especially  the  skin.  It  will  not  answer,  however,  to  presume 
too  much  in  the  application  of  electricity  to  the  old  on  account  of  this  ap- 
parent insusceptibility,  as  it  is  not  uncommon  to  meet  with  patients  ad- 
vanced in  years  who,  while  they  may  feel  the  application  of  a certain 
strength  of  current  but  little  at  the  time,  yet  are  exceedingly  susceptible 
to  its  secondary  effects.  Another  disease  for  the  relief  of  which  the  gal- 
vanic current  is  but  indifferently  appreciated  is  exophthalmic  goitre. 
Without  it,  indeed,  it  is  often  impossible  to  obtain  results  at  all  satisfac- 
tory, but  w'ith  it  marked  amelioration  of  the  symptoms  almost  invariably 
follows,  and  complete  recovery,  many  times,  in  cases  that  respond  but 
slightly  to  other  methods.  The  strength  of  current  indicated  varies  ac- 
cording to  the  position  of  the  poles.  An  important  point  for  local  appli- 
cation is  the  auriculo-maxillary  fossa,  immediately  below  the  lobe  of  the 
ear,  where  but  a comparatively  small  electrode  can  be  used. 

A strong  current  would  produce  both  pain  and  vertigo,  and  five,  to 
seven  milliamperes  is  about  all  that  will  be  well  borne  with  the  electrodes 
in  this  position. 

As  we  gradually  move  the  pole  down  along  the  inner  border  of  the 
sterno-cleido-mastoid  muscle,  the  strength  can  be  increased  very  mate- 
rially, and  with  a large  pole  at  the  back  of  the  neck,  near  the  sixth  cervical 
vertebra,  and  the  other  on  the  enlargement,  currents  of  twenty  and  thirty 
milliamperes  and  even  more  can  be  profitably  utilized. 

The  variation  of  current  strength  in  the  treatment  of  neuralgia  and 
pain  in  general  is  as  wide  as  the  symptoms  are  varied  in  character  and 
seat,  and  more,  perhaps, than  in  disease  in  general  is  it  necessary  to 
carefully  discriminate  in  the  selection  of  the  proper  current. 

True  neuralgia  (pain  directly  along  and  confined  alone  to  the  course 
of  a nerve)  calls  almost  invariably  for  the  galvanic  current,  while  the  so- 
called  pseudo-neuralgias,  w'hich  are  simply  forms  of  pain  occupying  cer- 
tain areas,  and  running  seemingly  in  the  direction  of  certain  nerves,  yield 
most  readily  to  faradism. 

Five  to  ten  milliamperes  are,  as  a rule,  amply  sufficient  for  the  relief 
of  neuralgia  about  the  face  and  head,  while  in  sciatica  it  is  often  neces- 
sary to  use  as  high  as  forty  and  fifty,  or  even  more.  The  efficacy  of  very 
strong  currents  in  the  treatment  of  sciatica  should  be  more  generally  rec- 
ognized. 

As  ordinarily  used  it  often  fails  to  relieve,  because  of  an  insufficient 
current.  The  operator  is  simply  self-deceived.  He  is  using  perhaps  a 
large  number  of  ells,  freshly  and  properly  charged,  but  his  electrodes  are 
of  a pattern  and  size  to  offer  the  greatest  possible  resistance.  Let  him 
substitute  electrodes  that  are  broad  and  flexible,  readily  adapting  their 
shape  to  every  inequality  of  surface,  and  this  difficulty  of  lack  of  strength 
will  quickly  resolve  itself.  In  the  treatment  of  paralysis,  whether  cen- 
tral or  peripheral,  the  dose  of  electricity  is  determined  by  so  many  modi- 


236 


ELECTRO-THERAPEUTICS. 


fying  factors  that  it  cannot  be  fully  discussed  here.  The  general  law, 
that  when  a muscle  fails  to  respond  to  the  faradic  current  recourse  must 
be  had  to  the  galvanic,  is  now  usually  appreciated,  but  it  is  not  so  gener- 
ally understood  that  paralyzed  nerves  are  not  to  be  indiscriminately  stim- 
ulated by  sudden  shocks.  Many  a paralysis  that  might  have  recovered 
has  been  made  permanent  by  such  ill-directed  and  culpable  interference. 
After  it  has  been  determined,  by  careful  interrogation  of  the  affected  mus- 
cle, what  is  the  degree  of  quantitative  or  qualitative  change,  it  is  in  many 
cases  imperative  to  use  the  continuous  and  not  the  interrupted  galvanic 
current.  Especially  is  this  true  in  those  cases  of  local  paralysis  where 
responses  utterly  fail  to  be  elicited  by  the  faradic  current,  but  are  more 
readily  obtained  by  the  galvanic  current  than  in  the  normal  condition  of 
nerve  and  muscle.  In  such  cases  mild  currents  of  about  seven  milliam- 
peres,  increased  to  twelve  and  fifteen  as  improvement  increases,  and  ap- 
plied without  interruption,  will  succeed  in  lessening  the  irritability  of 
muscular  fibre  and  in  restoring  the  lost  vitality  of  the  intramuscular  nerves, 
upon  the  integrity  of  which  the  faradic  current  depends  for  its  ability  to 
call  forth  muscular  contractions,  far  more  effectually  than  when  interrup- 
tions are  attempted. 

In  most  forms  of  paralysis,  however,  much  stronger  currents  than  these 
can  be  applied.  In  infantile  paralysis  fifteen  or  twenty  milliamperes  may 
be  used,  and  in  the  spinal  paralysis  of  adults  (poliomyelitis)  twenty-five  to 
thirty  are  usually  indicated.  In  both  these  conditions,  but  more  specially 
in  infantile  paralysis,  the  same  rule  should  be  observed  as  in  the  treat- 
ment of  the  form  of  facial  paralysis  to  which  allusion  has  been  made — for 
the  most  part  continuous  and  not  interrupted  currents.  Given  a case  of 
infantile  paralysis  in  which  reaction  to  the  faradic  current  is  entirely  lost 
and  only  faintly  appreciable  to  the  galvanic,  it  is  entirely  possible,  by 
sudden  shocks  in  the  beginning,  to  quite  obliterate  the  little  remaining 
vitality  and  render  the  case  incurable.  In  hemiplegia,  again,  while  elec- 
tricity possesses  but  a limited  value,  it  is  yet  capable  of  doing  decided 
harm.  We  have  at  this  time  under  observation  a hemiplegic  patient, 
whose  arm  was  in  such  a condition  of  heightened  irritability  that  contrac- 
tions to  both  currents  were  called  forth  far  more  readily  than  in  health. 
He  fell  into  the  hands  of  one  who  possessed  greater  activity  than  insight, 
and  was  subjected  to  a series  of  treatments  by  the  faradic  cuiient  in 
which  the  muscles  of  the  arm  were  jerked  about  in  a most  merciless  man- 
ner. As  might  have  been  expected,  there  soon  supervened  an  entire  loss 
of  motility,  together  with  neuralgic  pains  of  a distressing  character.  In 
alluding  to  epilepsy  and  chorea  we  spoke  of  central  galvanization  and  its 
dosage  in  those  diseases.  Central  galvanization  is  also  a valuable  method 
in  many  neurasthenic  conditions,  in  hysteria,  and  in  cases  of  melancholia. 
We  illustrate  in  Fig.  51  the  process  which  has  given  us  most  satisfaction. 

The  hair  being  thoroughly  wet,  a light  wire-gauze  helmet,  lined  with 
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some  soft,  conducting  material,  is  fitted  as  accurately  as  possible  to  the 
head.  To  this  is  attached  the  positive  pole,  while  the  negative  is  applied 
to  the  pit  of  the  stomach,  and  a current  passed,  varying  according  to  the 
disease  and  individual  idiosyncrasies,  from  five  to  forty  milliamperes. 

It  may  seem  an  easy  thing  to  make  use  of  central  galvanization  satis- 
factorily, but,  like  most  easy  things,  its  efficient  use  demands  knowledge, 
care,  and  some  experience,  all  of  which  are  within  reach  of  those  who  de- 
sire to  utilize  the  method.  The  wide  area  which  this  helmet-electrode 
covers  lessens  by  just  so  much  the  resistance  to  be  overcome,  and  enables 


l^IG.  51. 


or  ^^To^tr-"^  ^ milliamperes  without  pain 

adiust  however,  the  electrode  must  be  made  to 

concentriti  ^ every  inequality  of  surface,  otherwise  a painful 

the  annlT  r the  efficacy  of 

me  applications  interfered  with. 

without  subject  of  electric  dosage  would  be  incomplete 

much  p-onrl  gynecology,  in  which  electricity  has  accomplished 

lustritprl  til  other  department  of  medicine,  is  il- 

weak  and  superiority  of  strong  and  comparatively  short,  over 

P onged  applications.  As  this  matter,  however,  is  sufficiently 
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•considered  in  the  chapter  devoted  to  diseases  of  women,  it  need  not  be  dis. 
0^1330^  h0r0» 

The  Faradic  C7ir refit— graduated  scale  on  some  of  our  faradm 
machines  and  which  indicates  the  number  of  inches  that  the  rod  or  helix 
or  tube  is  moved,  is  a practically  useless  guide,  except  as  far  as  it  may 
be  resorted  to,  to  encourage  and  amuse  silly  and  weak-minded  patients. 

In  any  faradic  machine  the  strength  of  the  current  in  the  cell,  and  conse- 
ouently  the  strength  of  the  induced  current  in  the  coil,  varies  from  day  to 
dav  and  varies  during  the  application;  and  the  amount  that  passes 
through  the  patient  is  dependent  on  the  size  of  the  electrodes,  and  t e 
amount  of  moisture  in  them,  and  their  relative  position. 

Endelmann  and  others  have  constructed  faradimeters  which  are  mter- 
esting  and  suggestive,  but  none  yet  has  been  made  that  is  practically 
trustworthy.  Monel I’s  alternating  current  meter  for  determining  faradic 
dosage  for  purposes  of  record  is  a useful  contrivance,  but  for  operative 
employment  we  are  compelled  in  practice  to  depend  on  these  two  indica- 
tions: 

1,  The  sensations  of  the  patient.  • 

Very  fortunately  the  sensation  of  the  patient  during  the  application  in- 
dicates with  considerable  correctness  whether  the  current  is  of  the  proper 
strength  The  rule  is  that  where  strong  currents  are  borne  withou  dis- 
comfort strong  currents  are  beneficial;  where  only  mild  currents  are  borne 
only  mild  currents  are  indicated.  The  difference  in  the  natural  sensitive- 
Tess  of  patients  to  electricity  is  very  great.  This  difference  is  fuUh 
modified  by  disease.  In  anesthesia,  local  and  general,  in  sclerosis  of  die 
nerve  centLs  and  certain  local  affections,  very  powerful  currents  cause 
but  little  pain.  On  the  other  hand,  in  hyperesthesia,  in  hysteria  and  a - 
lieValTecdons  as  a rule,  and  in  acute  and  subacute  local  inflammations 
only  mild  currents  can  be  borne.  To  disregard 

J „.aUe  .he  T gi-  cnTy  appH- 

hoL  .s  .o^-oh pa...  o.  a 

«‘::r’’urtr.he''rensa?io^^  are  .he  guide  in  elec.ne 

appliea.ions  .here  are  some  excep.ions  jus.  “ „e 

ti  .he  rule  .ha.  the  appetite  is  the  gu.de  *e  qua..thy  of  food  . 

not  before  treated  by  electricity,  should  “^"iveness  to  elec- 

No.  only  do  different  individuals  vary  m ‘.^Uvid- 

trieity,  but  different  par.  of  ^ p,  „,e 

ual  also  vary,  as  we  have  seen  tnr  g variation  m 

cavities  of  the  body  and  on  ‘l^f  -3;;;  XLe  of  Ire  mouth,  tongue, 
sensitiveness  is  yet  greater.  The  mucous 
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urethra,  is  very  sensitive,  and  this  sensitiveness  should  be  respected  bv 
the  electro-therapeutist.  ^ 

There  are  some  quite  rare  cases  of  hysteria  where  the  great  sensitive- 
ness of  the  patient  may  be  disregarded,  or  chloroform  or  ether  may  be 
administered.  The  sensitiveness  of  the  patient  is  a guide  only  or  mainly 
in  regard  to  the  strength  of  the  current.  In  regard  to  the  length  of  the 
application  we  must  be  guided  by — 

2.  'The  Immediate,  Secondary,  ana  Remote  Ejffects.—Hhis  second  guide 
serves  to  correct  the  mistakes  of  the  first.  A meal  that  disagrees  with  us 
mav  show  Its  ill  effects  in  a few  minutes  or  hours,  or  the  following  day 
Similarly  we  should  study  the  effects  of  electric  applications.  So  far  as 
any  one  or  all  of  the  good  effects  described  in  this  chapter  follow  an  ap- 
plication, so  far  we  may  judge  that  the  application  has  done  good-  so 
ar  as  any  or  all  of  the  evil  effects  described  in  this  chapter  follow  an’ap- 
phcation,  we  may  judge  that  it  has  done  evil.  The  evil  and  the  good 
effects  nmy  sometiir.es  be  associated.  To  rightly  interpret  these  effects, 
and  to  distinguish  between  those  that  are  produced  by  moral,  hygienic 
or  medical  causes  is  one  of  the  severest  tests  of  medical  skill.  There  is 
less  liability  to  deception  in  studying  the  immediate  effects,  since  there 
m less  chance  for  other  forces  to  complicate  the  results.  After  a few 
ours,  the  complications  of  diet,  exercise,’  weather,  medicine,  and  so  forth 
begin  to  appear,  and  obscure  the  effects  of  the  electricity.  The  secondary 
and  remote  effects  can  therefore  only  be  ascertained  by  repeated  observa^ 

^ application  gives  us  little  opportunity  to  answer  the  ques- 
tion whether  electricity  is  really  the  remedy  that  the  case  requires. 

forgotten:  the  immediate  and  secondary 
effects  may  be  evil  while  the  remote  effects  may  be  good. 

A long  walk  that  much  fatigues  us  is  often  beneficial,  though  the  bene- 
fit  does  not  appear  for  several  days.  Those  who  take  travelling  vaSa- 
traJellTn^rr  ""^austed  energies  frequently  feel  worse  while  they  are 
Thefatifue  stronger  on  their  return  and  for  months  following. 

g.™as:fcs  L “e“ 

not  been  mu  "°t  always  indicate  that  benefit  has 

sounder  sleen  ma  f n appetite  and  spirits  may  be  better, 

Tstl  and^r>'  ‘he  good  effects  contod  for  the 

Jiiasiery.  and  the  good  effects  triumph. 


CHAPTER  V. 


differential  indications  for  the  use  of  electric  currents. 

From  the  accumulating  results  of  experiments  and  experience  m 

''"Tnlhrironocalitc.1  electrisation  all  can  produce  -uscular  con- 
tractions in  paralyzed  muscles,  and  f 

absorption  of  ahnoimalsccictions^.a^^^  tl,e  internal  organs,  pro- 

the  brain,  spinal  coicl,  symp  j ^ nni-ir  results  that  directly  and 

ilucing  in  different  degrees  the  various  ^ the  form  of 

indirectly  flow  from  electrical  most  of  the  other 

:';=Tc=s  r 

and  thus  form  most  efficient  aids  m the  ^ 

l^a^te  “A^or  <lePend’ent  on  general 

are  so  marked  and  =otlearly  demonstrable  as  to  be  pra^  important 

rn=rbrs- “,  Lorig . 

the  the  galvanic  over  ^gtets  the 

I.  It  possesses  a far  greater  amperag  , others, 

brain,  spinal  cord,  and 

St  S toSt-iSndlSrS  and  the  retina. 
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2.  A power  of  producing  muscular  contractions  in  cases  where  the 
others  fail.  This  peculiarity  of  the  galvanic  current  has  now  been  ob- 
served so  frequently,  and  in  such  striking  instances,  that  it  has  become 
an  accepted  fact  of  electro-therapeutic  science.  After  a certain  amount 
of  treatment  by  the  galvanic  current  the  paralyzed  muscles  frequently 
resume  their  susceptibility  to  the  faradic. 


3.  A far  more  potent  electrotonic,  electrolytic,  and  thermic  action. 
The  chemic  power  of  the  galvanic  current  is  most  markedly  seen  when 
used  for  the  purposes  of  galvano-cautery  or  electrolysis.  The  superior 
efficacy  of  the  galvanic  current  to  the  faradic,  so  often  observed  in  the 
treatment  of  neuralgia,  of  atrophied  muscles,  rheumatism,  is  probably 
due  to  its  greater  ‘^catalytic”  action.  It  probably  induces  more  rapid 
and  more  important  molecular  and  other  changes  in  the  tissues. 

The  advantages  of  the  faradic  and  the  high  frequency  currents  over 
the  galvanic  current  are  these  : 

I.  By  virtue  of  their  frequent  interruptions  they  more  easily  pro- 
duce muscular  contractions  when  passed  over  the  muscles  or  the  nerves 
that  supply  them.  In  order  to  produce  full  muscular  contractions  with 
a galvanic  current  of  moderate  strength  it  is  necessary  to  interrupt 
the  current,  and,  unless  it  is  quite  powerful,  to  localize  at  least  one  of 
the  electrodes  over  the  motor  nerve  by  which  the  muscle  is  supplied- 
that  IS,  over  the  so-called  “motor  points.”  On  the  contrary,  the  faradic 
current  is  m a condition  of  rapid  interruption  and  produces  contractions 
when  indifferently  passed  over  the  surface  of  the  muscle,  as  well  as  when 
localized  on  the  main  motor  nerve  that  supplies  it. 

This  advantage  of  the  faradic  current  is  best  appreciated  in  general 
faradization,  the  powerful  tonic  effects  of  which,  as  will  be  seen  are 
partly  and  quite  largely  due  to  the  passive  exercise  and  consequent 
oxidation  and  other  important  changes  of  tissue  that  result  from  the 
several  thousand  muscular  contractions  that  take  place  during  an  or- 
dmary  sitting.  In  localized  electrization  this  advantage  is  not  so  clearly 

^ectro’r^  ^ ^ knowledge  of 

1 “d  "“ffi'ient  care,  it  is  possible  to  direct 

faradtJ  on  the  “motor  points”;  and  yet  even  here  the 

no  ar  nr.  ' fc"’“  it's  employment  reqnires 

sitnarT  ■"ttrtuption,  and  less  minuteness  of  attention  to  the 

the  mnsri  n "'T'  "f '''“ptional  cases  of  paralysis,  where 

not  inferf”  1°"'  tusteptibility  to  the  faradic  current,  do 

not  interfere  with  the  general  rule. 

of  thp  fa  greater  mechanical  effects.  The  mechanical  effects 

contracting*;*^  current  are  due  to  its  rapid  interruptions,  which  cause 
cells  thnc  f ”°i  ^ of  the  muscles,  but  also  of  the  contractile  fibre- 

andVenair^  circulation,  and  with  it  the  processes  of  waste 

PoundiL  m " respect  its  action  is  similar  to  that  of  rubbing, 
g ovements,  and  vibrations.  I'hese  mechanical  effects  are  espe- 
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riallv  indicated  in  the  treatment  of  diseases  of  the  abdominal  viscera  which 
are  supplirf  with  contractile  fibre-cells;  anaesthesia,  and  general  mus- 

cular  debiUty.^^e  p^oguce  unpleasant  or  harmful  effects, 

"’’“verTdrug  in  retha^macopce^iate"^^^^^^  some  therapeutic 

value  and  if  when  prescribed  it  hits  the  mark,  well  and  goo  . 

Unfortunately,  however,  it  is  pretty  well  understood  that  many.  ' 
not  the  majoriv,  of  remedies,  including  those  prescribed  and  self-ad- 
ministered fail  in  their  special  adaptation  to  the  case  in  hand.  If  is 
h'  ue  wM  drugs,  it  is  even  more  so  in  the  application  of  electnca 
orce  ATwith  the  former  therefore,  so  with  the  latter;  ^der  to  get 
the  best  results  that  electricity  is  capable  of  giving,  we  must  rightly 

“‘“C'’thL°"rriLn’weViiraiways  held  that  to  correctly  differentiate 
^ • 'rici 'ibiont;  of  electricity  and  select  the  foim 

between  the  vai  lous  mam  c important  and  difficult  problems 

most  mutable,  IS  o ie  of  cur- 

111  eicctro-therapcul  " | motion.  All  currents  undoubtedly 

''"Tl  nhvskalXte  hut  for  chemical  effects  only  currents  giving  a con- 

Syi  on  iri!  the  deid  and  the  living  or  inorgariic  and  organic 

i ryiiirut  ;rrstLd;\y:ypf 

, aJV  ry  rfunlt e^ra  yLtypy 

really  new  physiological  influence  which  we  have  known  and 

tics  of  electricity,  is  because  of  the 

“c^^elS  on  the  circulation,  on  the  excretory  and  secretory 

processes  of  the  body,  wh  has  a certain  influence  in 

There  is  no  form  of  ^ ^ increasing  general  nutritioiia 

these  directions,  yet  for  the  ^ and  developing  the  potential 

activity,  exciting  general  consensus  of  opinion 

energy  of  the  cell  life,  it  frequency  and  potential,  we  have  an 

that,  in  these  currents  of  h^  ^^  , pile 

energizing  principle  superior  to  the  otner 
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welcoming  the  new  let  us  not  forget  the  old,  but  remember  that  the 
magnitude  of  these  high  potential  currents  is  practically  ml,  and  mag- 
nitude or  amperage  is  in  a multitude  of  conditions  absolutely  essential. 

Every  form  of  electrization  has  had  its  boom  as  it  were.  Who  does 
not  recall  the  controversies  between  the  followers  of  Duchenne  and 
Remak?  One  preferred  the  galvanic,  another  the  faradic  current,  and 
heated  arguments  were  held  as  to  whether  the  better  therapeutic  effects 
were  obtained  by  the  applications  to  the  motor  points  or  to  the  muscles 
themselves.  In  this  country  static  electricity,  and  in  France  especially 
the  high  frequency  apparatus  of  d’Arsonval,  are  having  their  booms, 
so  to  speak. 

This  is  all  very  well  so  long  as  we  do  not  subordinate  the  judicial 
faculty  to  impulse  and  desire,  or  relegate  to  the  background  methods 
of  administration  because  of  the  trouble  entailed. 

As  has  been  well  said,  “if  we  wish  to  do  our  work  scientifically  our 
motto  should  be  measurement,  measurement,  measurement”;  so,  if  we 
would  get  the  best  and  quickest  therapeutic  results,  our  motto  should 
be  differentiation.  Not  only  must  we  strive,  through  theory  and  ex- 
perience, to  adjust  electric  modalities  to  pathological  conditions,  but 
the  personal  equation  in  each  case  should  receive  due  consideration. 
Some  patients  react  better  to  one  electric  modality,  while  others  suffering 
from  the  same  apparent  pathological  condition  and  for  no  apparent 
reason,  react  better  to  another.  Idiosyncrasy,  here  as  elsewhere,  plays 
its  part,  so  that  no  matter  for  what  form  of  electricity  we  may  have 
a preference,  the  all-round  physician  who  uses  electricity  in  medicine, 
supplied,  as  he  should  be,  with  every  necessary  variety  of  apparatus, 
will  frequently  have  occasion  to  call  in  the  aid  of  each. 


CHAPTER  VI. 


THE  PRINCIPLES  OF  ELECTRO-DIAGNOSIS  (ELECTRO-PATHOLOGY). 

In  this  chapter  we  shall  speak  only  of  the  principles  on  which  elec- 
tricity is  used  as  a means  of  diagnosis  in  medicine.  The  details  and 
special  applications  of  these  principles  will  appear  under  the  various  dis- 
eases. 

A history  of  the  use  of  electricity  as  a means  of  diagnosis  would  very 
likely  be  the  history  of  electro-therapeutics  itself.  As  soon  as  men  began 
to  use  the  voltaic  pile  in  the  treatment  of  paralysis  and  kindred  diseases,, 
about  the  middle  of  the  last  century,  just  so  soon,  probably,  they  began  to 
test  the  power  of  the  electric  current  to  diagnosticate  disease.  We  logi- 
cally infer  that  electrization  was  used  as  a means  of  diagnosis  much 
earlier  than  the  published  treatises  on  the  subject  would  show,  horn  the 
fact  that  it  has  been  so  used— in  a blind  and  empirical  way,  it  is  true— 
in  this  country,  for  thirty  or  forty  years.  Mankind,  always  and  every- 
where, are  superstitious,  credulous,  ready  to  receive  whatever  approaches 
them  with  an  air  of  mystery,  much  more  so  in  the  last  century  than  in  the 
present;  and  it  is  certainly  not  unfair  to  suppose  that  the  earlier  expeii- 
menters  in  this  department  consulted,  to  a greater  or  less  extent,  the  diag- 
nostic or  prophetic  power  of  the  subtle  agent — electricity.  1 heir  experi- 
ments, we  may  suppose,  were  unscientific  and  unsatisfactory.  They  were 
probably  neither  based  on  any  well-defined  principles,  nor  conducted  by 
any  intelligible  system.  Accordingly,  they  secured  very  few  tangible, 
or  at  least  communicable,  results,  and  if  scientific  men  had  not  espoused 
the  cause  of  electro-therapeutics,  the  phrase  electricity  as  a means  of 
diagnosis  would  never  have  been  known.  Nearly  all  that  has  been  ac- 
complished in  a scientific  way,  in  this  department,  is  comparatively  re- 
cent; though  Marshall  Hall  earnestly  called  the  professional  attention  to 
the  fact  that  electricity  might  assist  us  in  differentially  diagnosticating  par- 
alysis as  far  back  as  1839.*  Since  that  time  the  subject  has  been  studied 
by  nearly  all  the  prominent  workers  in  the  department  of  electro-theia- 

order  to  be  expert  in  electro-diagnosis,  it  is  necessary  to  be  thor- 


* Medico-Chirurgical  Transactions,  1839. 
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oughly  familiar  with  the  normal  reaction  of  the  different  parts  and  organs 
of  the  body  to  faradic  and  galvanic  electricity.  The  foundation  prin- 
ciples, on  which  Electricity  can  be  made  a means  of  diagnosis  of  disease, 
are  simply  these  four : 

First.  The  fact  that  all  the  parts  and  organs  of  the  body  are  more  or 
less  sensitive  to  the  electric  current,  and  that  this  sensitiveness  is  modified 
by  disease.  This  electro-sensibility  may  be  either  increased  or  diminished. 

If  an  electric  current  be  passed  through  a boil,  or  irritable  ulcer,  or 
the  skin,  like  any  other  irritant,  it  excites  more  pain  than  when  it  is  ap- 
plied over  the  healthy  skin;  and  this  pain  which  it  causes  usually  bears 
quite  a direct  proportion  to  the  nature  and  condition  of  the  morbid  proc- 
ess. This  is  so  familiar  and  so  apparent  an  example  of  increase  of  elec- 
tro-sensibility that  to  state  it  is  to  demonstrate  it.  The  electric  currents, 
during  the  various  processes  of  electrization,  penetrate  beneath  the  skin, 
and,  as  it  has  been  experimentally  and  practically  demonstrated,  traverse, 
to  a greater  or  less  extent,  the  principal  vital  organs.  It  is  evident,  there- 
fore, that  those  organs  which  are  abnormally  sensitive,  through  disease  of 
any  kind,  must  feel  the  current  much  more  appreciably  than  when  in  a 
condition  of  health. 

But  the  mechanical  effects  of  the  electric  currents  work  both  ways,  and 
organs  which  are  indurated  or  changed  into  an  ansesthetic  condition  by 
disease  are  less  sensitive  than  is  normal  to  the  electric  current,  just  as 
they  are  less  sensitive  to  any  other  mechanical  cause  acting  upon  them. 

Accordingly,  we  find  that  when  even  powerful  electric  currents  are 
passed  through  an  indurated  joint,  or  an  atrophied  liver,  or  any  part  the 
sensory  nerves  of  which  are  paralyzed,  they  may  produce  little  sensation. 

Before  making  examinations  to  determine  the  sensitiveness  of  the 
different  parts  of  the  surface  of  the  body,  it  is  necessary  to  know  their 
relative  normal  sensitiveness,  as  indicated  and  described  in  the  chapter 
on  Electro-Therapeutic  Anatomy. 

No  Absolute  Standard  of  Electro-Sensibility. — We  have  no  absolute  or 
mathematical  standard  of  electro-sensibility  by  which  to  compare  the  de- 
viations that  appear  in  disease.  We  can  only  compare  the  sensitiveness 
of  parts  with  the  average  sensitiveness  of  the  same  parts  in  health.  When 
half  the  body  is  diseased,  as  in  hemiplegia,  it  may  readily  be  compared 
with  the  electro-sensibility  of  the  healthy  side.  In  all  these  examinations 
into  sensibility  we  are  dependent  on  the  statements  of  the  patient,  and  the 
results  will  be  influenced  by  his  intelligence  and  honesty. 

It  need  hardly  be  said  that  the  diagnosis  obtained  by  observing  this 
increased  or  diminished  sensitiveness  of  any  part  or  organ  must,  of  ne- 
cessity, be  a very  general  one.  It  simply  informs  us  of,  and  directs  our 
attention  to,  the  fact  that  such  a part  or  organ  is  in  some  way  diseased. 
The  special  nature  of  this  disease  must  be  determined  by  the  ordinary 
means  of  differential  diagnosis  at  our  command. 
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This  sensitiveness  to  the  electric  current  is  particularly  marked  over 
the  prominent  nerve-tracts,  and  in  those  regions  endowed  with  great  tactile 
sensibility.  If  even  a mild  current  be  applied  at  those  points  on  the 
upper  or  lower  limbs  where  the  prominent  nerves  are  superficial,  a feeling 
of  tingling  or  numbness  is  felt  through  the  branches  of  the  affected  nerve; 
and  if  the  current  is  very  much  increased  in  strength,  a decidedly  anaes- 
thetic effect  is  experienced.  In  paralysis  of  sensation,  or  anaesthesia,  this 
feeling  of  tingling,  thrill,  and  numbness  is  very  much  diminished  under 
the  influence  of  the  electric  current,  or  is  entirely  absent.  It  is  on  this 
principle  that  electricity  becomes  a most  valuable  means  of  diagnosis  in 
the  various  stages  of  anmsthesia.  A condition  of  anaesthesia  or  analgesia 
(loss  of  sense  of  pain)  can  readily  be  detected  by  the  brass  ball  employed 
in  general  faradization,  or  by  the  metallic  brush,  or  by  any  other  form  of 
electrode.  To  detect  analgesia  the  electrode  should  be  moistened  so  that 
the  current  may  penetrate  the  epidermis. 

General  faradization  is  found  to  be  of  practical  utility  in  aiding  us  to 
determine  the  locality  of  certain  diseases,  if  not  their  precise  nature.  In 
dyspepsia,  electrization  often  reveals  great  sensitiveness  in  the  epigastric 
region,  and  on  the  left  side  over  the  spleen.  In  severe  dyspepsia,  ac- 
companied by  emaciation,  a current  is  sometimes  painfully  transmitted 
from  the  middle  of  the  back  to  the  neighborhood  of  the  epigastrium.  A 
peculiar  sinking  sensation  is  sometimes  felt  at  the  pit  of  the  stomach 
when  a strong  current  is  applied  over  the  seventh  cervical  vertebra,  or 
over  the  brachial  plexus.  All  these  symptoms,  taken  together,  undoubt- 
edly suggest  an  aggravated  case  of  dyspepsia,  and  usually  of  the  nervous 
variety.  Congested  or  irritable  states  of  the  liver  are  revealed  by  an  ab- 
normal and  peculiar  sensitiveness  when  the  current  is  applied  over  the 
right  hypochondriac  region.  Care  must  be  taken,  however,  not  to  con- 
found the  normal  sensitiveness  of  the  superficial  nerves  over  the  ribs  with 
an  abnormal  condition  of  the  liver.  There  are  certain  diseases  of  this 
organ  in  which  it  is  less  sensitive  than  usual  to  electrization,  and  some- 
times it  appears  to  be  decidedly  anmsthetic. 

It  may  be  said  in  general  that  those  diseases  which  cause  the  liver  to 
be  sensitive  to  external  pressure  also  cause  it  to  be  sensitive  to  electiiza- 
tion.  The  same  general  principle  will  apply  to  the  stomach,  the  spleen, 
the  intestines,  and  the  ovaries.  Our  experience  in  the  electric  treat- 
ment of  diseases  of  the  lungs  has  not  been  large,  but  it  has  been  sufficient 
to  make  it  quite  probable  that  certain  sensitive  conditions  of  tuberculous 
deposit  may  be  suggested  by  abnormal  sensitiveness  to  the  faradic  current 
over  the  apex  of  the  chest. 

Electro-diagnosis  of  the  sensory  nerves  requires  us  to  examine  the 
condition  not  only  of  the  various  portions  of  the  skin,  but  also  of  the 
nerve-branches,  and  the  plexuses. 

If  in  cutaneous  anesthesia  we  find  normal  sensitiveness  on  the  nerve- 
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branches,  we  judge  that  the  disease  is  confined  to  the  nerve  ramifications 

in  complete  anesthesia  of  an  extremity  the  nerve  plexus  exhibits  a 

normal  reaction,  «e  also  judge  that  the  disease  is  not  central  but  periph- 

eral,  including  the  nerve-branches. 

For  the  purpose  of  testing  the  condition  of  sensation  the  faradic  cur- 
rent is  usually  to  be  preferred,  for  the  reason  that  its  mechanical  effects 

are  greater  than  those  of  the  galvanic. 

The  electro-sensibility  may  be  normal  or  nearly  so  when  ordinary  sen- 
sibility is  much  diminished.  In  some  cases  of  posterior  spinal  sclerosis, 
for  example,-  a moderate  electric  current  may  be  fully  perceptible  while  a 
pin  may  be  thrust  into  the  flesh  without  causing  any  pain. 

The  Head.— In  health  the  head  is  very  sensitive  both  to  galvanization 
and  faradization,  in  all  parts  except  the  posterior.  This  electro-sensitive- 
ness of  the  frontal  and  parietal  regions  of  the  head  is  due  to  the  superfi- 
cial nerves,  and  not  to  the  brain  itself.  In  pathologic  cases  this  sensi- 
tiveness may  be  either  increased  or  diminished. 

Spine. — In  health  the  spine  is  but  little  sensitive  to  the  current.  In 
pathologic  cases  it  may  exhibit  a sensitiveness  to  the  electric  current 
that  is  not  revealed  by  pressure  or  by  any  other  method  of  irritation. 
This  condition  is  found  in  neuralgia,  spinal  irritation,  hysteria,  etc.  ^ It  is 
interesting,  also,  to  know  that  electric  examination  sometimes  indicates 
abnormities  in  the  sensitiveness  of  certain  parts  of  the  body  that  exhibit 
no  functional  derangement.* 

Sympathetic  and  Fneimogastric. — The  ganglia  of  the  cervical  sympa- 
thetic and  the  pneumogastric  may  be  examined  electrically  by  the  inner 
border  of  the  stemo-cleido-mastoid  muscle.  Sometimes  there  is  abnor- 
mal sensitiveness  all  along  the  border  of  the  sterno-cleido-mastoid  muscle 
in  the  track  of  the  pneumogastric.  This  sensitiveness  is  found  in  a laige 
number  of  pathologic  conditions,  locomotor  ataxia,  muscular  atrophy,  va- 
rious cerebral  affections,  etc.  We  have  observed  it  also  in  spinal  irrita- 
tion, and  during  paroxysms  of  sick  headache.  This  abnormal  sensitive- 
ness may  be  frequently  demonstrated  by  mechanical  pressure.  e are 
disposed  to  regard  this  sensitiveness  as  due  to  the  pneumogastric  more 
than  to  the  sympathetic. 

Electro- Muscular  Sensibility. — Electro-muscular  sensibility  includes  a 
feeling  of  pain  and  a feeling  of  contraction.  The  latter  may  exist  without 
the  former. 

Success  in  investigating  electro-muscular  sensibility  depends  on  the 
condition  and  intelligence  of  the  patient. 

In  conditions  of  cutaneous  hyperaesthesia  it  is  exceedingly  difficult, 
even  for  the  most  intelligent  patient,  to  distinguish  between  the  sensitive- 
ness of  the  skin  and  that  of  the  muscle. 

* Beneclikt ; Op.  cit.,  p.  6o. 
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In  paralysis  electro-muscular  sensibility  is  frequently  diminished,  to, 
gether  with  the  electro-muscular  contractility;  they  often  rise  and  fall’  to- 
gether. In  hysteria,  electro-muscular  sensibility  to  pain  is  sometimes 
greatly  increased.  For  remarks  on  the  physiologic  nature  of  electro-mus- 
cular sensibility,  see  Electro-Physiology. 

Secondly.  The  fact  that  the  electro-muscular  contractility  and  irrita- 
bility are  more  or  less  modified  by  disease. 

. Irritability  strictly  refers  to  the  quivering  which  muscles  exhibit  under 
mild  currents;  contractility  to  the  power  of  actually  contracting  under 
whatever  strength  of  current  may  be  necessary.  The  two  terms  are  very 
frequently  used  interchangeably. 

That  muscular  contractions  can  be  produced  by  the  electric  currents 
has  been  known  since  the  period  of  the  earliest  investigations  in  the  de- 
partment of  electro-physiology. 

'I’he  first  systematic  attempts  to  make  this  a basis  for  establishing 
diderential  diagnosis  were  made  by  Dr.  Marshall  Hall,  and  subsequently 
by  Dr.  'I’odd.  Idle  conclusions  of  these  distinguished  experimenters  are 
quite  familiar,  and  as  they  were  unsatisfactory  and  partly  erroneous,  it  is 
not  necessary  to  jiresent  them  in  detail.  More  recent  investigations  have 
established  that  the  behavior  of  the  deep-seated  muscles,  in  regard  to  their 
contractility,  is  a much  more  complicated  question  than  was  formerly  sup- 
posed. d’lie  contractile  power  of  a muscle  is  made  up  of  two  factors, 
viz. : the  e.xcitability  of  the  intra-muscular  nerve-fibres,  and  the  functional 
capacity  or  irritability  of  the  muscular  substance  itself.  When,  therefore, 
the  contractile  power  of  a muscle  differs  in  any  respect  from  the  normal, 
this  variation  may  be  due  to  an  abnormal  condition  of  either  one  or  both 
of  these  factors.  Still  further,  it  is  stated  that  when  the  excitability  of  the 
intra-muscular  nerve-fibres  and  the  irritability  of  the  muscular  substances 
are  increased,  yet  if  the  former  has  suffered  more  than  the  latter,  the  con- 
tractile power  may  be  diminished,  and  I'icc  versa. 

In  comparing  healthy  with  diseased  sides  in  paralysis,  it  is  necessary 
to  use  not  only  the  same  strength  of  current,  but  also  the  same  relative 
position  and  pressure  of  the  electrodes. 

The  general  principles  that  have  thus  far  been  established,  in  regard 
to  the  relation  of  electro-muscular  contractility  to  disease,  are  as  follows: 

I St.  In  paralysis  of  motion  the  electro-muscular  contractility  is  some- 
times normal,  occasionally  increased,  and  very  frequently  diminished. 

Increase  of  electro-muscular  contractility,  or  at  least  of  irritability, 
may  be  observed  in  diseases  of  the  brain,  attended  with  irritative  lesions, 
in  certain  spasmodic  and  hysterical  affections,  occasionally  in  some  spinal 
affections,  as  in  the  initial  stage  of  locomotor  ataxy,  and  at  the  outset  of 
certain  forms  of  peripheral  paralysis.  Examples  of  increased  irritability 
are  witne.ssed  in  rheumatic  facial  paralysis,  in  paralysis  of  the  radial  nerve 
from  compression,  and  in  recent  neuritis.  Diminution  of  electro-muscular 
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contractility  is  usually  observed  in  grav'e  lesions  of  the  anterior  columns 
of  the  spinal  cord,  and  motor  tract  of  the  brain,  in  rheumatic  paralysis, 
lead  palsy,  in  well-marked  progressive  muscular  atrophy,  and  in  paralysis 
from  injury  of  a nerve  in  some  part  of  its  course. 

2d.  In  certain  central  diseases  the  electro-muscular  contractility  is  at 
first  normal  or  diminished,  and  afterward  increases  with  the  progress  of 
the  disease,  until  it  becomes  greater  than  normal. 


The  length  of  time  that  is  necessary  to  illustrate  these  variations  de- 
pends on  the  nature  of  the  disease.  In  chronic  inflammations  of  the  spinal 
cord,  in  effusions  in  the  brain,  causing  hemiplegia,  these  variations  may 
run  through  many  weeks  and  months.  In  cases  of  hemiplegia  also,  these 
different  conditions  of  the  electro-muscular  contractility  may  run  in  a cir- 
cle; being  sometimes  normal,  sometimes  increased,  and  sometimes  di- 
minished (Benedikt).  All  these  changes  correspond,  of  course,  to  certain 
changes  in  the  pathologic  condition  of  the  diseased  brain.  Just  what  this 
correspondence  is  in  each  case  cannot,  in  the  present  state  of  electro- 
pathologic  science,  be  well  determined. 

3d.  The  fact  that  certain  forms  of  paralysis  behave  very  differently  un- 
der the  faradic  and  the  galvanic  current.  Muscles  over  which  a faradic 
current  can  have  no  influence  may  contract  easily  under  a milder  galvanic 
current  than  is  necessary  to  produce  contractions  of  the  same  muscles  in 
health.  Sometimes,  as  the  paralyzed  muscles  recover,  they  regain  their 
power  of  contracting  under  the  faradic  current,  at  the  same  time  propor- 
tionately losing  their  contractility  under  the  galvanic  current.  This  law 
IS  most  readily  demonstrated  in  peripheral  facial  paralysis. 

This  fact,  that  in  certain  peripheral  paralyses  galvano-muscular  con- 
tractility may  remain  after  farado-muscular  contractility  is  wholly  lost 
was  first  pointed  out  by  Baierlacher. 


Some  of  the  more  specific  principles  on  which  electricity  is  used  as  a 
means  of  diagnosis  in  medicine  may  be  thus  stated.  Although  contrac- 

closing  or  opening  the  current,  yet  we  distinguish 
inds,  designated  by  the  following  abbreviations:  ist,  C C C • 2d 
A.  O.  C.;  3d,  A.  C.  C.;  4th,  C.  O.  C.  • . 

oflP  ^ cathodal  closure  contraction,  and  occurs  when  the  cath- 

closed*^  pole,  is  applied  to  the  nerve  or  muscle,  and  the  current 

PosiTh-t  opening  contraction,  occurs  when  the  anode  or 

positive  pole  is  applied  to  the  nerve  or  muscle  and  the  circuit  opened. 

and  th!  ’ contraction,  occurs  when  the  anode  is  applied 

ana  the  current  closed. 

apoH^d  opening  contraction,  occurs  when  the  cathode  is 

PPiied  and  the  current  opened. 

tivelv  tn  which  these  various  contractions  are  induced  rela- 

ot  er  depends  altogether  upon  the  strength  of  the  current 
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and  the  condition  of  the  nerves,  whether  diseased  or  healthy.  If  on  the 
healthy  nerve  or  muscle  the  negative  pole  is  pressed,  and  a current  of 
sufficient  strength  employed,  it  will  be  found  that  on  closing  the  circuit  a 
contraction  takes  place.  In  order,  however,  to  induce  a contraction  of  the 
same  vigor  on  opening  the  circuit,  it  is  necessary  that  the  strength  of  the 
current  be  increased.  Each  one  can  readily  confirm  this  statement  for 
himself,  and  by  experimenting  thoroughly  k will  be  found  that  contraction 

in  the  healthy  muscle  occurs  in  the  order  just  given. 

In  diseased  conditions,  however,  this  formula  is  subject  to  great  varia- 
tions The  readiness  with  which  a muscle  contracts  to  electric  influences 
may  be  increased.  This  occurs  in  certain  cases  of  hemiplegia  associa  e 
with  an  irritative  lesion;  and  in  the  early  stages  of  famal 
to  the  action  of  cold  associated  with  a rheumatic  c iathesm.  In  t ^ese  case 
the  intra-muscular  nerves  are  attacked  from  the  beginning  while 
but  itd;  if  any  alteration  of  the  muscular  fibres.  The  faradic  current 
clUritractions  Uncugh  the  in.ta-„,uscular  netves;  t ete  or  n>  -es 
such  as  the  above,  its  power  to  produce  muscular  ^ ' 

Tlic  galvanic  current,  acting  more  especially  on  the  musculai  fibies,  retains 
its  power  and,  as  e.xperience  shows,  a milder  current  will  cause  con  ac- 
tions than  is  found  necessary  for  the  healthy  muscle.  As  the  patient 
improves,  it  takes  an  increased  tension  of  galvanism  to  cause  the  same 
effects  until  finally,  farado-muscular  contractility  becomes  mann  . 

contraction  maybe  decreased  and  finally  abol- 
• T 1 ’as  in  the  late  stages  of  bulbar  paralysis;  occasionally  in  paial>sis 
folTo^-ing  acute  diseases,  in  myelitis,  and  in 

where  the  continuity  of  the  nerve  has  been  completeiy 
he  gray  .natter  is  much  involved,  in  progressive  muscula.  at  q 1 

'**?he  normal  formula  becomes,  in  the  above  cases  of 

to  the  following  changes:  The  rregative  ,„e'posi- 

comes  as  weak  or  even  weaher  than  ,„,,i',e  at 

dve  pole  ^ time  the  contractionsbecomeweaher 

irL"'m,id  t°an  in  health.  When  the  circuit  is  closed  the  contract, ons 
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are  also  liable  to  become  tetanic,  while  rapid  interruptions  of  the  galvanic 
current  utterly  fail  to  call  forth  any  response. 

Volitional  Contractility  may  exist  when  Electro-  Contractility  is  Diminished. 
— The  volitional  power  may  remain  when  the  electric  contractility  is  di- 
minished. If  a muscle  exhibits  diminution  of  contractility  under  elec- 
tric irritation,  but  reacts  normally  to  the  wdll,  the  conclusion  is  that  the 
muscle  is  not  injured,  but  that  the  abnormity  is  caused  by  change  in  the 
irritability  of  the  intra-muscular  nerves.  This  is  observed  in  certain 
stages  of  traumatic  and  lead  paralysis.  We  arrive  at  the  same  conclusion 
in  those  cases  where  the  muscles  refuse  to  contract  under  direct,  but  re- 
spond normally  to  indirect,  electrization. 

Muscles  of  the  eye  are  an  exception  to  this  rule,  since,  from  their  ana- 
tomic position,  they  cannot  be  made  to  contract  by  direct,  but  only  by  in- 
direct, reflex  action  from  the  fifth  pair. 

Cases  where  reaction  is  lost  both  to  the  will  and  electricity  indicate 
actual  injury  of  the  muscle. 

Furthermore,  it  should  be  considered  that  the  electro-muscular  con- 
tractility and  sensibility  of  diseased  muscles  may  be  and  are  greatly  mod- 
ified by  the  treatment,  both  permanently  or  temporarily.  Modification 
may  take  place  even  during  the  sdance. 

Thirdly.  That  the  special  physiologic  reactions  of  the  central  and 
peripheral  nervous  systems  to  the  galvanic  current  are  essentially  changed 
when  the  nerve  is  in  a pathologic  condition. 

This  is  true  of  the  spinal  cord,  the  motor  and  sensory  nerves,  spinal 
cord  and  nerves  of  special  sense,  and  of  the  sympathetic.  According  to 
Benedikt,  if  the  negative  pole  is  placed,  for  example,  on  the  peroneal 
nerve,  and  the  positive  on  the  patella,  with  an  interrupted  current,  a 
weaker  irritation  appears  than  when  the  positive  pole  is  placed  on  the 
cervical  or  lumbar  vertebrm.  The  more  the  central  parts  are  included  in 
the  circuit  the  greater  the  irritation.  In  pathologic  conditions  this  reac- 
tion is  changed. 

Opening  contractions  are  regarded  by  Benedikt  as  characteristic  evi- 
dences of  certain  forms  of  locomotor  ataxy.  They  are  observed  also  in 
neuritis  and  in  chorea  minor.  They  indicate  a molecular  disturbance. 

They  accompany  both  increased  and  diminished  irritability,  usually  the 
latter. 


Nerves  of  Special  Sense. — The  changes  of  the  reaction  of  the  nerves  of 
special  sense  to  electric  irritation  maybe  both  quantitative  and  qualitative. 

Auditory  Nerve. — It  has  been  shown  that  the  reaction  of  the  auditory 
nerve  to  galvanic  irritation — the  strong  subjective  sensations  of  sound — 
IS  materially  changed  by  disease;  and  by  this  we  judge  of  the  condition 
of  the  nerve.  (See  Diseases  of  the  Ear.) 

Optic  Nerve. — The  reaction  of  the  optic  nerve  under  the  influence  of 
the  galvanic  current  is  attended  with  flashes  of  light.  The  qualitative 
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changes  in  reactions  of  the  optic  nerve  to  electric  irritation  are  numerous. 
In  certain  pathologic  cases,  as  we  have  observed,  flashes  of  light  may  be 
produced  by  the  faradic  current.  In  other  pathologic  cases,  as  severe 
atrophy  of  the  retina,  the  flashes  of  light  do  not  appear  during  galvaniza- 
tion, or  only  when  a very  strong  current  is  used.  We  have  observed  very 
marked  differences  in  the  reaction  of  the  optic  nerve  in  the  two  eyes  when 
one  was  diseased  and  the  other  healthy.  Flashes  of  light  from  galvaniza- 
tion of  the  lower  part  of  the  spine  are  indicative  of  abnormal  irritability  or 
organic  disease  of  the  spinal  cord.  They  are  observed  in  locomotor  ataxia 
and  spinal  irritation. 

Olfactoi-y  and  Gustatory  Nerves. — The  peculiar  smell  that  is  experi- 
enced on  galvanization  of  the  olfactory  nerve  may  be  either  increased  or 
diminished  by  disease.  It  is  absent  in  paralysis  of  the  olfactory  nerve. 

The  peculiar  metallic  taste  that  follows  galvanization  of  the  tongue,  or 
that  is  experienced  by  reflex  action  when  the  galvanic  current  is  applied 
on  the  neck  and  upper  jjart  of  the  spine,  is  subject  to  various  modifications 
by  disease.  In  irritable  conditions  of  the  cord  we  have  observed  that  this 
metallic  taste  will  appear  when  the  application  is  made  in  the  lower  part 
of  the  spine.  In  two  striking  instances  it  was  experienced  from  faradiza- 
tion of  the  cilio-spinal  region. 

Fourth.  The  fact  that  in  certain  central  diseases,  and  in  conditions 
of  great  irritability,  as  hysteria,  the  reflex  effect  of  the  current  is  so  ex- 
alted as  to  excite  reactions  that  in  a normal  condition  of  the  body  never 
appear.  Thus  in  a lady  of  middle  life,  who  for  several  years  had  suffered 
from  all  the  symptoms  of  declared  chronic  myelitis,  we  were  first  struck 
by  the  fact  that  even  a very  mild  current  over  the  upper  portion  of  the 
back  was  sensitively  felt  down  the  right  leg.  This  symptom  we  have 
never  known  to  occur  in  a perfectly  healthy  condition  of  the  spinal  cord. 
Afterward  we  found  that  a very  short  as  well  as  very  mild  application  of 
the  current  to  one  leg  caused  a disagreeable  feeling  of  pain  and  heaviness 
not  only  in  this  leg,  but  also  in  the  other,  for  several  days  following  the 
application.  In  another  case  of  general  paralysis  dependent  on  hysteria, 
a very  feeble  current  localized  in  one  hand,  or  in  one  foot,  would  be  ap- 
preciably, and  oftentimes  painfully,  felt  through  all  the  four  extremities. 
The  patient  declared  that  the  sensation  was  like  that  of  “ waves  rolling 
through  the  body.” 

A still  more  marked  illustration  of  this  diagnostic  power  of  electriza- 
tion was  the  following; 

In  the  case  of  a lady  whose  lower  limbs  had  been  somewhat  paralyzed 
for  two  years,  who  presented  no  marked  symptoms  of  severe  organic  dis- 
ease of  the  cord,  we  were  inclined  to  suspect  that  her  paraplegia  might  be 
due  to  nervous  exhaustion,  until  this  abnormal  reflex  sensitiveness  to  the 
electric  current  seemed  to  establish  the  existence  of  myelitis,  or  at  leas 
meningitis.  We  first  observed  that  a feeble  current  in  the  neck  was  te 
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down  the  spine,  and  subsequently  the  patient  complained  that  a strong 
current  down  the  lower  extremities  transmitted  pain  to  the  back.  The  oc- 
currence of  this  abnormal  symptom  forced  us  to  the  unwilling  conclusion 
that  we  were  dealing  with  a case  of  organic  disease  of  the  spine.  The 
subsequent  history  of  the  case  has  confirmed  this  diagnosis.  It  has  been 
shown  by  Benedikt,*  that,  in  certain  morbid  conditions,  electrization  of 
one  extremity  produces  contractions  in  the  other.  This  phenomenon  has 
been  observed  in  progressive  muscular  atrophy,  and  in  certain  reflex  neu- 
roses. In  a case  of  rheumatic  gout  that  we  treated  the  application  of  the 
galvanic  current  to  the  left  knee  caused  a sharp  pain  in  the  corresponding 
part  of  the  right  knee. 

This  fact  enables  us  not  only  to  make  a diagnosis  of  central  disease, 
but  in  certain  cases  even  to  suspect  the  seat  of  the  affection. 

We  are  confident  that  in  all  cases  of  crossed  reflex  contractions — just 
as  in  the  cases  of  crossed  reflex  sensation  above  cited — there  is  always 
some  central  disease.  This  symptom  when  it  occurs  may  perhaps  then  be 
regarded  as  so  far  forth  diagnostic. 

Crossed  reflex  sensations  and  crossed  reflex  contractions  may  be  mani- 
fested simultaneously  in  a patient  affected  with  organic  disease  of  the 
spinal  cord.  This  singular  coincidence  was  observed  in  the  case  above 
recorded  of  the  lady  who  complained  of  waves  of  sensation  all  over  the 
body  when  the  current  v/as  applied  to  any  one  of  the  four  extremities. 
These  peculiar  sensations  were  sometimes  accompanied  by  feeble  and  spas- 
modic muscular  contractions. 

Diplegic  Contractions. — Remak,f  of  Berlin,  was  the  first  to  note  the  fact 
that  contractions  of  the  muscles  of  one  or  both  of  the  upper  extremities 
may  sometimes  be  produced  by  placing  the  positive  pole  in  the  auriculo- 
maxillary  fossa,  just  posterior  to  the  ascending  ramus  of  the  lower  jaw, 
and  the  negative  by  the  side  of  the  sixth  cervical  vertebra.  The  theory  of 
Remak,  that  these  contractions,  to  which  he  gave  the  name  of  “ diplegic,” 
were  caused  by  irritation  of  the  superior  ganglia  of  the  sympathetic,  was 
apparently  confirmed  by  Fieber,J  by  experiments  on  animals  in  whom  the 
sympathetic  was  exposed,  and  subjected  to  the  action  of  the  current. 

Strong  currents — from  twenty  to  forty  elements — are  usually,  though 
not  always,  necessary  to  produce  these  contractions.  The  contractions 
may  be  of  various  degrees,  from  mild  drawing,  with  scarcely  perceptible 
oscillations,  to  violent  movements  resembling  chorea.  They  may  apjDear 
in  the  interossei  or  in  the  muscles  of  the  arm  or  forearm  of  one  or  both 
sides.  They  may  also  appear  in  other  positions  of  the  electrode  than  the 
one  described.  From  one  to  five  minutes  are  usually  necessary  to  excite 


* “ Die  Elektrotherapie,”  p.  63. 

t Application  du  courant  constant  au  traitement  des  neuroses, "Paris,  1865. 

I Die  diplegischen  Contractionen  nach  Versuchen  an  Menschen  und  Thieren,”  Ber- 
lin, 1866,  pp.  21,  22,  23. 
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them,  and  they  may  continue  for  a few  moments  after  the  application  has 
ceased. 

That  these  so-called  diplegic  contractions  are  a reality  and  not  a delu- 
sion, as  some  have  declared,  we  have  demonstrated  in  a number  of  cases, 
and  especially  in  progressive  muscular  atrophy.  The  cases  where  they  are 
readily  demonstrated  are,  according  to  our  observation,  not  frequent,  and 
we  can  easily  see  that  one  might  practise  electro-therapeutics  for  a long 
time  without  seeing  any,  especially  as  currents  of  considerable  strength, 
applied  in  a certain  manner,  are  necessary  to  produce  them. 

The  evidence  that  these  contractions  occur  exclusively  through  the 
sympathetic  is  not  to  our  view  satisfactory,  and  there  is  stronger  probabil- 
ity that  the  spinal  cord  is  the  centre,  which  in  certain  irritable  conditions 
exhibits  these  manifestations  under  strong  electric  stimulation.  In  none 
of  the  methods  of  application  where  these  diplegic  contractions  are  called 
forth  is  it  possible  to  localize  the  current  in  the  sympathetic.  The  special 
diagnostic  value  of  these  contractions  is  not  great.  They  occur  not  only 
in  progressive  muscular  atrophy,  but  in  hysteria  and  hysteroid  affections, 
and  would  appear  to  be  pathognomonic  of  no  one  special  disease,  but 
rather  of  a condition  of  irritability  of  the  nerve-centres  that  may  appear 


in  many  different  diseases. 

Feigned  Diseases. — By  the  application  of  the  principles  stated  above  the 
electric  currents  may  be  of  great  service  in  helping  us  to  distinguish  real 
from  feigned  di.sease.  A case  of  pretended  paralysis  of  motion  or  sensa- 
tion can  readily  be  settled  by  applying  the  current  to  the  limb,  since  no 
force  of  will  can  fully  resist  the  energy  of  the  contractions  that  electricity 
may  excite  in  healthy  muscles,  or  the  pain  that  can  be  produced  by  strong 
faradization  of  the  skin.  The  principle  will  work  both  ways,  and,  if  the 
electro-muscular  contractility  is  diminished  below  the  normal  standard, 
we  may  know  that  the  disease  is  real.  Where  one  side  or  one  limb  on  y 
is  affected,  the  comparison  between  the  healthy  portions  and  those  where 
disease  is  suspected  can  easily  be  made.  Dr.  Russell  Reynolds  * men- 
tions a patient  with  hemiplegia  who  was  supposed  to  be  malingering. 
Fdectrization  of  the  limbs  on  both  sides  showed  clearly  a diminution  of 
contractility  on  one  side,  as  the  patient  represented,  and  accordingly  the 
case  was  pronounced  to  be  one  of  real  hemiplegia. 

Faradization  as  a Means  of  Distinguishing  Real  fro7n  Appare^it  Death- 
Electro- Bioscopy.— The  use  of  electricity  as  a means  of  distinguishing  real 
from  apparent  death  was  suggested  as  long  ago  as  1792  by  Drs.  Belirend 
and  Creve.  Subsequently  Boer,  of  Vienna,  used  franklinic  electricity  on 
newly-born  infants,  and  found  that  when  muscular  contractions  still  ex- 
isted, then  the  child  was  not  dead,  but  could  be  restored. 

In  1852  Dr.  Crimotel,  of  Paris,  wrote  a memoir  in  which  he  statea 


* Lancet,  April  i6lh,  1870. 
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that  when  farado-contractility  is  gone  life  is  extinct.  He  stated  further- 
more that  farado-contractility  gradually  disappears  after  death,  and  that 
after  a period  ranging  between  half  an  hour  and  two  hours  it  entirely  dis- 
appears. He  suggested  the  term  electro-bioscopy,  and  recommended  that 
those  who  are  apparently  dead  from  drowning,  syncope,  apoplexy,  freez- 
ing, hysteria,  and  the  inhalation  of  poisonous  gases,  should,  before  burial, 
be  tested. 

Rosenthal,  of  Vienna,  has  also  studied  the  subject  with  much  care. 
He  has  found  that  both  farado-  and  galvano-contractility  gradually  disap- 
pear after  death.  He  agrees  in  the  main  with  Crimotel  in  the  following 
general  conclusions: 

Electro-contractility  disappears  more  rapidly  after  death  from  chronic 
than  acute  diseases;  it  persists  longer  in  well  than  in  badly  nourished 
bodies,  and  it  usually  disappears  within  three  hours. 

Rosenthal  found  that  in  amputated  limbs  the  farado-  and  galvano-con- 
tractility were  active  the  first  hour,  and  entirely  disappeared  in  ninety 
minutes.  In  case  of  drowning  electro-contractility  disappeared  in  three 
hours  and  a quarter.  In  some  cases  where  rigor  mortis  has  not  appeared, 
where  the  temperature  of  the  body  is  yet  quite  high,  and  where  the  joints 
are  flexible,  the  absence  of  electro-contractility  yet  proves  beyond  ques- 
tion that  the  person  is  dead. 

Rosenthal  further  records  a very  remarkable  case  of  trance  in  a hys- 
terical woman,  where  it  was  declared  and  believed  by  the  physician  that 
the  patient  was  dead.  The  skin  w'as  pale  and  cold;  the  pupils  contracted, 
and  not  sensitive  to  light;  no  pulse  could  be  felt;  the  extremities  were 
relaxed;  melted  sealing-wax  dropped  on  the  skin  caused  no  reflex  move- 
ments, and  no  moisture  appeared  on  a mirror  held  before  the  mouth. 
Respiratory  murmurs  could  not  be  heard,  but  a feeble  intermittent  sound 
in  the  cardiac  region  was  just  perceptible  on  auscultation.  For  thirty-two 
hours  the  patient  had  been  apparently  dead;  but  on  electric  examination 
Rosenthal  found  farado-contractility  in  the  muscles  both  of  the  face  and 
the  extremities.  He  therefore  urged  the  use  of  the  faradic  current  to  re- 
store the  patient.  In  twelve  hours  the  patient  recovered  her  speech  and 
movements. 

Two  years  afterward  she  was  alive  and  well,  and  informed  Rosenthal 
that  she  knew  nothing  about  the  commencement  of  the  attack  of  the 
trance,  and  that  afterward  she  heard  people  talk  about  her  death,  but  she 
was  powerless  to  help  herself. 

The  electrode  here  represented  (in  two  parts.  Fig.  52)  is  one  that  we 
have  used  with  much  satisfaction  in  eliciting  the  various  abnormal  reactions 
that  are  associated  with  the  many  forms  of  paralysis.  It  will  be  observed 
that  there  are  three  binding  posts  at  the  lower  extremity.  The  one  marked 
is  to  be  connected  with  the  positive  pole  of  the  apparatus;  the  other, 
marked  JV,  with  the  negative.  The  third  post  is  to  be  connected  with  an 
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electrode  applied  to  some  indifferent  part  of  the  patient’s  body.  The 
small  knob  marked  A,  when  moved  toward  F,  renders  the  electrode  C 
positive ; when  moved  toward  N,  the  tip  becomes  negative.  £ is  an  in- 
terrupting button,  which  when  pressed  closes  the  circuit,  and  by  sliding 
it  slightly  forward  the  circuit  can  be  kept  closed,  when  so  desired,  without 
effort  of  the  operator.  This  form  of  electrode  is  exceedingly  convenient 
in  electro-diagnosis,  from  the  fact  that,  by  a simple  movement  of  the  finger 

of  the  hand  that  holds  the  electrode,  the 
knob  A is  moved,  the  direction  of  the 
current  instantly  changed,  and  anodal  or 
cathodal  contraction  elicited  in  quick 
sucqession. 

Conclusions. — The  following  conclu- 
sions offered  by  Leszynsky  * are  of  prac- 
tical value  and  will  serve  to  controvert  a 
number  of  popular  fallacies: 

1.  The  faradic  current  alone  is  quite 
sufficient  for  diagnostic  purposes. 

2.  As  a rule,  the  galvanic  is  supple- 
mental to  the  faradic  current,  and  in  the 
absence  of  faradic  irritability  in  nerve 
and  muscle  it  is  of  the  greatest  service  in 
prognosis. 

3.  'I'he  reaction  of  degeneration  is  not 
an  essential  feature  in  the  differential 
diagnosis  as  to  the  location  of  the  lesion. 

4.  The  peripheral  nerve-fibres  possess 
an  inherent  power  of  regeneration  which 
seems  almost  unlimited,  the  length  of 
time  required  for  the  completion  of  the 
degenerative  process  varying  from  a few 
weeks  to  seven  years  or  more.  In  severe 
fonns  of  injury,  therefore,  the  cause, 

degree,  and  character  of  the  damage  to  the  nerve  are  often  of  greater 
importance  in  prognosis  than  the  demonstrations  of  the  reactions  of  de- 
generation. • 1 -D  r> 

■ 5.  The  presence  of  R.  D.  (reaction  of  degeneration)  or  partial  R.  L>. 

is  not  incompatible  with  the  preservation  of  motility  in  the  same  area. 
This  paradoxical  condition  has  been  found  in  cases  of  lead  poisoning,  and 
a few  others,  but  thus  far  the  cause  has  been  inexplicable. 

6.  Strong  currents  are  rarely  necessary.  The  weakest  current  that 
will  produce  perceptible  reaction  is  all  that  is  requisite. 

* New  York  Medical  Record,  August  i8th,  1894. 
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Fig.  52. 

Electrode  for  Electro-diagnosis. 
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7.  A decrease  or  disappearance  of  faradic  irritability  in  nerve  and 
muscle  simply  denotes  an  interference  with  the  nutrition  in  the  course  of 
the  motor  tract  between  the  multipolar  cells  in  the  anterior  horn  and  the 
peripheral  nerve  distribution.  It  does  not  enable  us  to  judge  of  the  na- 
ture of  the  pathologic  process. 

8.  The  character  of  the  reaction  does  not  differ  whether  the  lesion  be 
situated  in  the  cells  of  the  anterior  horn,  the  anterior  nerve-roots,  the 
nerve-trunks,  or  in  their  ultimate  distribution.  The  same  rule  holds  good 
in  reference  to  the  various  cranial  motor  nerves  and  their  nuclei,  such  as 
the  facial,  hypoglossal,  and  spinal  accessory  nerves. 

9.  When  the  farado-muscular  irritability  is  lost,  no  reaction  can  be 
obtained  by  a rapidly  interrupted  galvanic  current. 

10.  The  secondary  current  from  an  induction  coil  is  the  one  generally 
used  in  testing  faradic  irritability.  Owing  to  its  high  electro-motive  force 
the  resistance  encountered  in  the  moistened  skin  may  be  considered  negli- 
gible. 

1 1.  The  difference  in  the  poles  of  the  faradic  current  is  only  a relative 
one,  and  cannot  be  determined  by  the  usual  tests  as  applied  to  the  gal- 
vanic current.  The  electro-motive  force  in  the  secondary  coil  is  greater 
at  the  “ break”  than  at  the  “ make.”  The  electrode  that  is  felt  to  be  the 
stronger  in  its  action  is  usually  considered  as  the  negative,  or  so-called 
“ faradic  cathode.” 

12.  In  some  apparently  healthy  individuals  the  musculo-spiral  nerve 
fails  to  react  to  strong  currents  applied  with  the  “faradic  anode,”  while  a 
comparatively  weak  current  from  the  “faradic  cathode”  calls  forth  a quick 
response. 

13.  In  a case  of  undoubted  peripheral  paralysis  the  faradic  irritability 
may  be  preserved,  but  it  almost  invariably  requires  a stronger  current  to 
produce  muscular  contractions  than  upon  the  healthy  side  (quantitative 
decrease) . 

14.  The  character  of  the  muscular  reaction  demands  attention.  A 
slow  and  labored  contraction  associated  with  decrease  in  faradic  irritabil- 
ity denotes  degenerative  changes. 

15.  The  faradic  irritability  may  return  in  persistent  cases  of  peripheral 
paralysis  without  any  perceptible  improvement  in  motility. 

16.  Electro-diagnosis  is  inapplicable  in  paralysis  of  the  ocular  mus- 
cles. 
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ELECTRO-THERAPEUTIC  ANATOMY. 

Electro-therapeutic  anatomy  includes  a description  of  the  localities 
at  which  the  different  nerves,  muscles,  and  organs  can  be  best  affected  by 
the  electric  currents,  and  also  the  relative  electro-sensibility  of  the  differ- 
ent parts  of  the  body.  It  is  therefore  to  electro-therapeutics  what  surgical 

anatomy  is  to  surgery.  . r .. 

Motor  roints  of  Muscles.— subject  of  the  motor  points  was  first 

systematically  studied  by  Ziemssen,  who  experimented  on  the  recently 
dead  subject,  and  marked  with  nitrate  of  silver  the  points  at  which  the 
individual  nerves  and  muscles  most  readily  responded  to  faradization. 
Many  of  these  points  can  be  easily  and  successfully  studied  on  the  living 
human  subject.  Those  which  we  have  represented  in  the  cuts  are  derived 
mostly  from  numerous  observations  on  persons  in  health.  They  have  een 
found  to  agree  in  the  main  with  those  of  Ziemssen,  with  which  they  have 
been  compared,  and  by  which  they  have  been  made  more  accurate  and 
complete.  I’hose  who  wish  to  examine  the  subject  in  greater  detail  are 
referred  to  the  work  of  Ziemssen.* 

It  will  be  found,  however,  that  those  which  are  here  described  are 
sufficient  for  most  of  the  purposes  of  electro-therapeutics. 

The  best  method  of  verifying  these  points  is  to  place  one  large  sponge 
electrode,  well  moistened,  on  some  indifferent  point,  and  to  firm  y press 
a small  negative  f electrode,  also  well  moistened,  over  the  spot  where  th 
nerve  or  muscle  should  be  affected.  If  the  right  place  is 
the  strength  of  the  current  and  the  pressure  be  sufficient,  *e  nom^ 
physiologic  action  of  the  part  affected  will  at  once  appear  In  the  ca* 
of  muscles  contraction  will  take  place,  accompanied  with  a 
traction;  in  the  case  of  nerve-branches  and  p exuses,  '''= 2 .lerves 
tion  more  or  less  painful  along  the  peripheral 

and,  if  the  excitation  be  sufficiently  strong,  contraction  of  the  musci 
*'’'lHs'7o*to  be*' understood  that  a studious  regard  for  all  of  these  elec- 

'to  be  becaute  it  Uthe  stronger,  and  acts  more  power- 

fully  in  producing  contractions. 
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trie  points  is  always  necessary  in  making  applications  of  electricity.  In 
the  normal  condition  most  of  the  superficial  and  many  of  the  deeper 
muscles  and  nerves  are  easily  excited  by  ordinary  labile  applications  with 
large  sponge  electrodes.  Some  of  the  muscles  have  two  or  more  motor 
points,  and  are  therefore  more  readily  affected  by  large  than  by  small 
electrodes. 

A large  sponge  electrode  of  from  3 to  6 inches  in  diameter,  folded 
over  a brass  ball,  such  as  is  used  in  general  faradization,  causes  full 
contraction  of  a majority  of  the  superficial  and  deep  muscles  when  rapidly 
passed  up  and  down  the  limbs. 

But  when  the  muscles  have  become  diseased  so  that  they  respond  with 
difficulty  to  the  electric  current,  it  becomes  necessary  to  give  special  heed 
to  the  situation  of  these  motor  points,  in  order  to  determine  their  actual 
electric  condition,  or  to  aid  in  restoring  them  to  their  normal  condition 
by  exciting  artificial  contraction. 

It  should  be  remarked,  furthermore,  that  these  motor  points  vary  in 
different  individuals,  just  as  the  anatomical  relation  of  the  nerves  and 
muscles  varies,  and  that  the  representations  of  the  cuts  can  be  only  ap- 
proximately correct. 

We  present  below  a brief  description  of  the  points  at  which  the  prin- 
cipal nerves,  plexuses,  and  branches  can  be  best  excited  electrically,  and 
also  the  physiologic  effect  on  the  nerves  and  muscles  produced  by  such 
excitation. 

Facial — at  its  exit  from  the  stylo-mastoid  foramen,  between  the  mastoid 
process  and  the  angle  of  the  lower  jaw,  or  at  the  opening  of  the  external 
auditory  canal. 

Ptieu?nogasiric — at  the  lower  and  anterior  part  of  the  neck,  between  the 
common  carotid  artery  and  the  jugular  vein ; inferior  laryngeal — between 
the  cEsophagus  and  the  trachea  by  the  ganglia  of  the  sympathetic. 

The  superior  cervical  ganglion  of  the  sympathetic  can  be  reached  in 
the  anterior  maxillary  fossa,  just  behind  and  below  the  angle  of  the  lower 
jaw;  the  middle  cervical  by  the  side  of  the  sterno-cleido-mastoid  muscle, 
opposite  the  fifth  cervical  vertebra;  the  inferior  cervical,  also  by  the 
inner  border  of  the  sterno-cleido-mastoid  muscle,  opposite  the  second  cer- 
vical and  first  dorsal  vertebrae. 

Accessory — at  its  exit  from  the  sterno-cleido-mastoid  muscle. 

Hypoglossus — between  the  stylohyoid  and  hyoglossus  muscles,  under 
the  hyoid  bone. 

Phreriic — at  the  outer  border  of  the  sterno-cleido-mastoid  muscle,  by 
the  anterior  border  of  the  scalenus  anticus,  near  the  omohyoid  muscle. 
Excitation  of  this  nerve  causes  strong  movements  of  the  chest. 

Brachial  Plexus — in  the  supra-clavicular  space,  posterior  to  the  outer 
border  of  the  sterno-cleido-mastoid  muscle.  Excitation  of  this  plexus 
causes  a feeling  of  tingling  and  numbness  in  the  fingers  and  down  the 
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arm,  and,  when  the  current  is  strong,  flexion  of  the  forearm  and 
fingers. 

Dorsalis  Scapula. — at  the  border  of  the  trapezius,  near  the  accessory. 
Supra  Scapularis — just  before  its  entrance  into  the  scapula,  and  ex- 
ternal to  the  omohyoid  muscle. 

Anterior  Thoracic— 2X  the  upper  border  of  the  pectoralis  major,  below 


the  clavicle. 

Posterior  Thoracic — above  the  clavicle,  near  the  trapezius. 

The  thoracic  nerves  are  irregular  in  their  distribution,  and  therefore 

difficult  to  find. 

Axillary — at  the  upper  and  posterior  border  of  the  axilla. 

Musculo-cutaiieous — between  the  biceps  and  coraco-brachialis. 

Median — in  the  lower  third  of  the  arm,  at  the  point  where  it  crosses 
the  brachial  artery.  Mild  excitation  of  this  nerve  causes  tingling  in  the 
arm  and  fingers;  a strong  excitation  causes  closure  of  the  fingers  and 
pronation  of  the  hand. 

Ul/iar at  the  groove  between  the  olecranon  and  the  internal  condyle. 

Excitation  of  this  nerve  causes  pain  in  the  inner  surface  of  the  forearm 
and  contraction  of  the  flexor  carpi  ulnaris,  flexor  digitorum  profundus, 
adductor  pollicis  lumbricalis,  and  interossei  of  the  little  finger. 

Padial — in  the  lower  third  of  the  arm,  at  the  point  of  its  emergence 
from  beneath  the  triceps.  Excitation  of  this  nerve  causes  tingling  in  the 
outer  part  of  the  arm  and  forearm,  and  down  to  the  wrist;  strong  excita- 
tion produces  extension  of  the  first  phalanges  of  the  fingers,  extension  of 
the  hand  and  thumb  and  supination  of  the  forearm,  contractions  of  t e 
extensor  carpi  radialis  and  ulnaris,  extensor  digitorum  communis,  ex- 
tensor minimi  digiti,  extensor  indicis  proprius,  extensor  pollicis  longus 


and  brevis,  adductor  pollicis. 

Sciatic— the  thigh,  posterior  to  the  head  of  the  femur,  at  the  point 
where  the  nerves  issue  from  the  pelvis,  or  in  the  pelvis,  through  the  pos 
terior  wall  of  the  rectum.  Electrization  of  this  nerve  causes  sensations  ot 
tingling  in  the  leg  below  the  knee,  and  foot,  similar  to  those  which  we  so 
often  experience  when  we  accidentally  sit  on  the  sciatic  rierve. 

Crural— after  its  exit  from  beneath  Poupart’s  ligament,  exterior 
to  the  crural  artery.  Electrization  of  this  nerve  causes  sensations  m 

those  parts  of  the  leg  that  are  supplied  by  its  branches. 

Obturator— oxv  the  horizontal  branch  of  the  pubic  bone.  If  the  appi 
cation  is  successful,  and  the  current  used  sufficiently  strong,  the  thig  1 is 

the  other  part  of  the  popliteal  space  Electrization  of 
this  nerve  causes  vigorous  contraction  of  the  muscles  that  move 

" postenor  border  of  the  capitelunt  hbelre.  Excitation 
of  this  nerve  causes  contraction  of  the  tibialis  anticus,  peron 
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extensor  digitorum  communis  longus,  extensor  digitorum  communis 
brevis,  and  extensor  hallucis  longus. 

Tibial. This  can  be  reached  on  the  middle  and  outer  part  of  the 

knee.  When  strongly  electrized,  contractions  arise  in  the  muscle  of  the 
posterior  part  of  the  leg.  The  tibial  ner\^e  can  more  easily  be  reached  in 
the  depression  posterior  to  the  internal  malleus. 

Farado-Scnsihility  of  ths  Surface  of  the  Body.— Y&ry  many  muscles 
have  no  accessible  motor  points,  and  must  therefore  be  electrized  intra- 
muscularly. Practically  this  is  done  in  the  majority  of  cases.  We  pre- 
sent in  the  accompanying  cuts  a bird’s-eye  view  of  the  electric  points  of 
the  prominent  nerves,  plexuses,  and  muscles,  and  of  the  relative  sensitive- 
ness of  different  parts  of  the  surface  of  the  body  to  the  faradic  current. 

The  relative  sensitiveness  of  the  different  parts  of  the  surface  of  the 
body  to  faradization,  we  have  also  ascertained  by  numerous  comparative 
observations  on  persons  in  health,  with  the  moistened  hand  and  well- 
moistened  sponge  electrodes.  The  method  of  making  these  observations 
is  to  place  the  patient  in  the  position  for  general  faradization,  with  his 
feet  on  the  plate  to  which  the  negative  pole  is  attached,  while  the  experi- 
menter applies  the  positive  all  over  the  surface  of  the  body. 

Degrees  of  Far  ado- Sensibility.— have  distinguished  five  degrees  of 
sensitiveness,  the  highest  being  marked  one.  For  all  practical  purposes 
these  are  sufficient;  approximate  accuracy  is  all  that  is  attempted.  The 
sensitiveness  of  the  body  when  irritated  by  the  faradic  current  is  due 
partly  to  the  quality  and  position  of  the  sensory  nerves,  and  partly  to  the 
peculiar  feeling  that  attends  muscular  contraction  (electro-muscular 
sensibility). 

The  feeling  of  muscular  contraction  amounts  in  some  instances  to 
actual  pain,  so  that  a part  which  is  not  richly  supplied  with  sensory 
nerves  may  yet  be  very  sensitive  to  the  current.  This  is  especially  the 
case  with  the  sterno-cleido-mastoid  muscle,  which  on  being  touched  near 
its  centre  contracts  with  a painful  jerk.  The  same  is  true,  to  a less  ex- 
tent, of  the  trapezius,  the  flexors  of  the  arm,  and  of  the  peronei  muscles. 
In  all  parts  where  no  muscular  contractions  are  produced,  the  sensitive- 
ness of  the  surface  of  the  body  depends  on  the  quality  and  position  of  the 
sensory  nerves,  and  bears  a pretty  constant  relation  to  its  sensitiveness  to 
ordinary  mechanical  irritation. 

Thus  it  will  be  observed  that  the  parts  which  are  most  sensitive  to  a 
blow  or  fall,  or  to  any  mechanical  injury — as  the  head,  face,  or  surface  of 
the  bones,  clavicle,  sternum,  scapula,  patella,  etc. — are  likewise  marked 
highest  in  the  scale  of  sensitiveness  to  the  current. 

To  guard  against  error  it  is  necessary — 

I.  To  use  always  the  same  electrode  and  the  same  direction  of  the 
current ; therefore  the  negative  pole  should  be  kept  at  the  feet  during  the 
entire  sitting. 
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Frontalis. 

Corrugator  supercilll. 

Zygomatic  major. 

Facial  nerve. 

Superior  cervical  ganglion  sympatheUc* 
Interior  maxillary  nerve. 

Ster  no-c  I e I do-in  astold . 
Sterno-cluldo-mastoid. 

Inferior  cervical  ganglion  sympathetlo. 
Phrenic  nerve. 

Brachial  plexus. 

Pectoral  muscles. 


Biceps  muscle  and  mus.  cut.  nervo. 
Brauhialis  Internus. 


Median  nerve. 
Ulnar  nerve. 


Palmaris  longus. 
lladialus  Internus. 

Flexor  dlgltorum  profundus. 

Flexor  dlgltorum  subllmis. 

Flexor  dlgitorum  subllinls  Il.y  III.)  digit 
Ulnar  nerve. 

Flexor  pulltcls  longus. 

Median  nerve. 

AlnIiu:tor  polllcls  brevis. 

Volar  branch  ulnar  nerve, 

Opnoneim  i)ol)lcls. 

Luuibrlcules,  I.,  II.,  III.,  IV. 


Crural  nerve. 

SurtorliiB. 

UectnH  femorls. 

VjisttiH  externus. 

Crural  nerveand  vastus  Intornna* 
Vastus  externus. 


Peroneal  nerve. 

Peronetis  longus. 

Tibialis  nnticus,  and  exton.  dig.  com. 


Snlens. 

Peroiieus  brevis. 


Flexor  dig.  com.  longus. 
S^xlensor  hallucis  longus. 

TIblal  nerve. 


Extensor  digitorum  brevis. 
Extensor  dIgUorura  com.  brevis. 
Aljdnctor  hallucis. 

InteroBsel  pedis  dorsales. 


Pig.  53.— Electro-Therapeutic  Anatomy  of  the  Human  Body. 

explanations  see  letter-press,) 


Anterior  View.  (For 
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Fig.  54.— Electro-Therapeutic  Anatomy  of  the  Human  Body.  Posterior  view.  CF°f 
explanations  see  letter-press.) 
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2.  To  make  the  pressure  of  the  electrodes  uniform,  and  to  moisten 
well  all  parts  supplied  with  hair. 

3.  To  use  the  moistened  hand  for  the  head  and  face.  The  head,  es- 
pecially, is  so  exceedingly  sensitive  to  the  faradic  current  that  it  will 
hardly  bear  a sufficient  strength  of  current  through  a sponge  to  make  a 
comparative  estimate. 

It  will  be  obsen^ed  that  only  a few  parts  are  marked  5 — the  middle  of 
the  back,  the  outer  surface  of  the  thigh,  and  the  scrotum.  The  peri- 
naeum,  which  cannot  be  represented  in  the  cut,  should  also  be  marked  5. 
It  will  be  observed  that  the  points  most  highly  sensitive  are  those  where 
very  sensitive  neiA^es  pass  over  the  surfaces  of  bones,  as  the  head  and  jaws. 
Of  the  other  parts  not  represented  in  the  figures,  the  external  auditory 
canal  should  be  marked  i ; the  middle  of  the  sterno-cleido-mastoid  mus- 
cle, 2 ; the  axilla,  3 ; and  the  ends  of  all  the  fingers,  2 ; the  under  side  of 
the  penis,  2 ; the  point  between  the  penis  and  scrotum,  4;  the  under  sur- 
face of  the  heel,  the  plantar  arch,  the  ball  of  the  foot,  4.  If  the  external 
auditory  canal,  drum  of  the  ear,  conjunctiva,  nasal  mucous  membrane, 
tongue,  and  larynx  were  represented  they  should  be  marked  a degree  or 
two  higlier  than  1,  since  they  are  more  sensitive  than  any  portion  of  the 
surface  of  the  head.  The  best  point  to  test  a current  of  extreme  feeble- 
ness is  the  tip  of  the  tongue. 

The  rectum,  urethra,  and  vagina  are  but  little  sensitive  to  the  current 
in  comparison  witli  the  mucous  membranes  of  the  mouth,  except  at  their 
external  orifices.  'J'he  vagina,  uterus,  and  rectum  are  far  less  sensitive 
than  any  external  portion  of  the  body. 

It  should  be  distinctly  understood  that  these  remarks  apply  to  the 
applications  of  the  faradic  current  with  electrodes  sufficiently  moistened  to 
allow  the  current  to  pass  readily  through  the  epidermis.  In  dry  faradiza- 
tion the  results  are  somewhat  different,  the  pain  at  all  parts  being  far  less. 

Fa7-ado- Sensibility  as  Compared  7ai/h  Gah’ano- Sensibility. — Idle  gal- 
vanic current  causes  a burning  sensation  wherever  it  is  applied;  but  this 
is  most  sensitively  felt  at  those  parts  that  are  abundantly  supplied  by 
sensory  nerves.  This  burning  feeling  increases  with  the  length  of  time 
that  the  current  is  applied. 

The  greater  sensitiveness  over  bony  prominences  to  the  faradic  cur- 
rent, as  compared  with  the  galvanic  current,  is  due  to  the  greater  mechan- 
ical action  of  the  former.  An  interrupted  galvanic  current,  of  sufficient 
strength  to  produce  muscular  contractions,  produces  the  same  sensations 
as  the  faradic  current,  with  the  addition  of  the  burning  feeling  at  the  sur- 
face beneath  the  electrodes.  The  fact  that  the  galvanic  current  is  less 
painful  to  the  surfaces  of  the  bones  gives  it  a certain  advantage  in  making 
applications  to  the  head,  although  the  pain  of  the  faradic  current,  when 
applied  to  the  head  by  the  moistened  hand,  may  be  reduced  to  a mini- 
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A Knowledge  of  /he  Normal  Electro- Sensibility  of  the  Body  Essential  in 
Electro-Diagtwsis  and  Electro-Therapeutics. — A knowledge  of  the  relative 
sensitiveness  of  the  dilferent  parts  of  the  body  to  the  electric  current  is 
indispensable  both  in  electro-diagnosis  and  electro-therapeutics.  It  is  at 
once  obvious  that  to  determine  by  the  electric  test  the  extent  of  ansesthe- 
sia,  or  loss  of  electro-muscular  sensibility,  in  cases  of  paralysis,  without 
a previous  knowledge  of  the  normal  sensitiveness  of  the  parts  to  the  elec- 
tric current  and  the  normal  feeling  of  electro-muscular  sensibility  in  the 
affected  muscles,  is  simply  impossible.  From  a want  of  this  knowledge 
very  important  mistakes  are  made  in  electro-diagnosis.  In  local  and 
general  faradization  a knowledge  of  the  relative  sensitiveness  of  all  the 
parts  of  the  surface  of  the  body  enables  one  to  make  an  application  which 
would  otherwise  be  painful,  and  perhaps  injurious,  both  painless  and  re- 
freshing. 


CHAPTER  VIII. 


APPARATUS  FOR  ELECTRO-THERAPEUTICS. 

The  general  principles  on  which  batteries  are  constructed,  as  well  as 
minute  description  of  some  of  the  best-known  elements,  have  already 
been  presented  in  the  section  on  electro-physics.  In  this  chapter  we 
propose  to  speak  only  of  those  combinations  of  elements  that  are  used 
in  electro  therapeutics,  and  our  descriptions  will  be  of  a general  character, 
having  reference  mainly  to  the  practical  use  and  care  of  them  by  the 
electro-therapeutist.  Static  and  high  frequency  apparatus  are  described 

further  on.  , , , r 

We  can  only  attempt  to  illustrate  a limited  number  of  the  numerous 

apparatus  appliances  for  electro-therapeutic  purposes,  but  before  entering 
on  their  description  a few  general  remarks  may  be  appropriate. 

I.  A good  battery  is  not  all  that  is  necessary  to  make  a good  electro- 
therapeutist. ...  - . 

There  exists  an  impression,  quite  widely  prevailing  in  the  profession, 
that  the  beginning  and  the  end  of  the  great  science  of  electro-therapeutics 
is  to  get  a battery.  This  impression  has  wrought  much  evil.  It  has  been 
the  means  of  leading  physicians  to  invest  time  and  patience  and  money 
in  a department  for  which  they  have  no  qualification.  The  purchase  of  a 
battery  is  simply  a first  step  in  the  right  direction ; it  is  the  beginning  o 

a long  road. 

One  who  uses  electricity  in  medicine  requires  good  apparatus,  just  as 
the  surgeon  requires  good  instruments  and  the  carpenter  good  tools;  but 
as  tools  cannot  make  a carpenter,  nor  instruments  a surgeon,  so  a battery 
cannot  make  one  skilful  in  the  therapeutic  use  of  electricity. 

2 The  best  and  most  recent  apparatus  is  not  so  simple  as  o en  ire  y 
dispense  with  the  need  of  care  and  experience  on  the  part  of  the 

The  advance  in  the  construction  of  apparatus  for  electro-therap 
has  been  very  great,  but  not  sufficient  to  make  it  possible  for  faradic 
p-alvanic  apparatus  to  keep  in  order  without  attention.  , • i j 

® Jus"a?  Ae  Are  in  the  grate  goes  out  unless  the  coal  is  replemsW 

iust  as  the  gas  is  extinguished  when  the  supply  is  shut  off,  so  ^ 

generated  in  a battery  ceases  to  flow  unless  the  metals  consume  i 

chemic  action  are  replaced  or  repaired.  nut  of  order. 

The  best  and  simplest  of  batteries  will  sometimes  6^' 

Unexpected  contingencies  will  arise  that  demand  some  knowledg 
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applied  electro-physics.  The  knowledge  can  be  obtained  only  by  study 
and  experience. 

3.  Whatever  choice  we  make  in  our  apparatus  at  the  present  day,  we 
shall  probably  not  make  any  very  serious  mistake.  A few  years  ago  it 
was  impossible  to  get  a really  good  apparatus  for  electro-therapeutics; 
now  it  is  almost  impossible  to  get  a really  bad  one. 

4.  An  apparatus  to  which  we  are  accustomed  is  much  more  tractable 
in  our  hands  than  a far  superior  apparatus,  the  management  of  which  is 
new  to  us.  It  is  with  batteries  as  with  babies — every  man  thinks  his  own 
is  the  best.  We  see  the  same  principle  illustrated  in  instruments  for  gen- 
eral and  special  surgery. 

The  Separate  and  Continuous  Coil  Inductio7t  Apparatus. — There  are  in 
the  market,  and  in  common  use  among  physicians,  two  quite  different 
forms  of  apparatus.  The  first  is  termed  a separate  coil,  and  the  second 
a continuous  or  single  coil  apparatus.  The  separate  coil  apparatus  is  the 
one  most  commonly  used  and  the  one  most  generally  understood.  The 
separate  coil  is  the  variety  described  and  illustrated  in  every  text-book  of 
physics,  but  not  in  sufficient  detail  to  make  clear  its  mechanism  when 
used  for  medical  purposes.  The  accompanying  diagram  (Fig.  55)  illus- 
trates the  course  and  influence  of  the  electric  current  in  an  ordinary  sepa- 
rate coil  faradic  apparatus. 

All  induction  machines  are  composed  of  not  less  than  two  coils.  The 
first  or  primary  coil  consists  of  a large,  well-insulated  wire  surrounding  a 
bundle  of  soft  iron  wire,  which  forms  a magnetic  centre.  Over  this  first 
or  primary  coil  is  wound  a coil  composed  of  several  convolutions  of  fine, 
well-insulated  wire  for  the  induced  current.  The  terminals  of  the  first 
or  primary  coils  of  wire  are  united,  one  end  to  the  battery  that  operates 
the  coil,  and  the  other  to  the  part  of  the  automatic  rheotome  according  to 
the  following  description.  As  the  battery  is  the  important  factor,  let  us 
start  from  it  and  follow  the  connections  and  action  of  the  combinations 
that  produce  the  effect: 

The  positive  pole  (P)  of  the  battery  is  connected  with  the  governor 
marked  A (Fig.  55).  The  negative  pole  (N)  of  the  battery  is  connected 
with  the  first  end  of  the  primary  coil,  while  the  last  end  of  the  primary 
coil  is  connected  with  the  spring  support  B.  The  electro-motive  force  is 
conveyed  from  the  battery  through  the  primary  coil  to  the  spring  support 
B (rheotome),  thence  to  the  platina-pointed  screw  of  the  governor  D,  and 
lastly  to  the  battery,  making  the  complete  circuit. 

In  the  centre  of  the  coil  and  surrounded  by  the  soft  iron  wares  is 
placed  a soft,  iron  rod.  One  end  of  the  rod  is  bent  at  right  angles,  so 
t at  the  hammer  on  the  spring  is  directly  over  and  can  move  toward  this 
so  t iron  rod,  marked  C.  When  the  vibrating  spring  is  resting  against 
t e platina-pointed  screw  D and  the  battery  is  connected  with  the  coil, 

0 current,  as  it  passes  over  the  wire  of  this  primary  coil,  renders 
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magnetic  both  the  centre  bundle  of  soft  iron  wires  and  the  soft  iron 
rod. 

The  magnetism  is  of  sufficient  force  to  attract  the  soft  iron  hammer  on 
the  spring,  and  draw  it  down  or  near  to  the  magnetized  rod  C. 

This  movement  of  the  spring  severs  the  connection  between  the  spring 
and  the  platina-pointed  screw  D and  opens  the  circuit.  The  soft  iron 
rod,  therefore,  loses  its  magnetism.  The  spring  ceases  to  be  held  down, 
its  tension  being  sufficient  to  raise  it  to  a horizontal  position,  where  it 


Fig.  55- 

again  rests  in  direct  contact  with  the  platina-pointed  screw  D.  Again 

the  circuit  is  closed  and  the  process  as  described  is  repeated  with  inco  ■ 

ceivable  rapidity.  By  the  action  of  the  battery  current,  as  it 

over  the  primary  coil,  and  the  influence  of  the  magnetized  bund  e of  so 

iron  wires,  a current  is  induced  upon  the  second  coil 

rounds  the  primary  coil.  This  power  of  induction  can  , 

the  fifth  and  sixth  coil,  and  further  if  the  magnetic  field  is  prope  y 

"Tn  te  ordinary  form  of  induction  coil  just  described,  the  terminals 
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of  the  secondary  or  fine  wire  coil  are  free  and  in  no  manner  connected 
with  the  primary  circuit.  The  influence  of  magnetism  produces  a current 
which  we  call  pure  induced. 

In  the  continuous  coil  apparatus,  on  the  contrary,  we  not  only  receive 
the  inductive  influence,  but  the  primary  influence  as  well, 
since  it  is  carried  over  in  combination  with  the  induced 
currents.  Although  called  a continuous  coil,  it  is  really 
made  up  of  several  distinct  coils,  and  each  successive 
coil  increases  in  length  but  decreases  in  thickness. 
These  coils  are  wound  over  each  other,  and  are  tapped 
at  different  portions  of  their  length,  but,  unlike  other 
forms,  they  make  direct  connection  with  each  other. 
This  accounts  for  an  apparent  contradiction  of  terms 
that  might  prove  confusing. 

These  coils  (Fig.  56)  are,  for  convenience  of  illustra- 
tion, represented  by  the  upper  straight  lines  I,  II,  III, 
IV,  termed,  respectively,  the  first,  second,  third,  and 
fourth  induction  coils.  The  letters-  A,  B,  C,  D,  E rep- 
resent the  different  posts  of  the  continuous  coil  appar- 
atus to  which  the  conducting  cords  are  attached,  while 
the  numerals  i,  2,  3,  4,  etc.,  indicate  the  combinations 
by  which  are  obtained  ten  different  qualities  of  current. 
The  short  line  marked  i,  starting  from  A,  represents  the 
current  from  the  short,  thick,  first  coil  marked  I.  Second 
line  (2),  current  from  the  first  and  second  (I,  II)  induc- 
tion coils  combined.  Third  line  (3),  current  from  the 
first,  second,  and  third  (I,  II,  III)  induction  coils. 
Fourth  line  (4),  current  from  the  first,  second,  third,  and 
fourth  (I,  II,  III,  IV)  induction  coils.  Fifth  line  (5), 
current  from  the  second  (II)  induction  coil  only.  Sixth 
line  (6),  current  from  the  first  and  second  (II,  III)  in- 
duction coils.  Seventh  line  (7),  current  from  the  second, 
third,  and  fourth  (II,  III,  IV)  induction  coils.  Eighth 
line  (8),  current  from  the  third  (III)  induction  coil. 
Ninth  line  (9),  current  from  the  third  and  fourth  (III, 
IV)  induction  coils  combined.  Tenth  line  (10),  current 
from  the  fourth  (IV)  induction  coil  only.* 

General  Rules  for  the  Management  of  an  Ordinary 
Continuous  or  Separate  Coil  Apparatus. — Minute  details 
for  its  preparation  for  use  accompany  every  apparatus 
sent  out  from  the  shops,  and  need  not  be  repeated 
here.  When  the  machine  is  ready  for  action,  if  the  spring  does  not  at 

The  different  physiologic  and  therapeutic  effects  of  coils,  yielding  currents  of 
quantity  and  tension,  are  considered  in  the  description  of  bipolar  faradization. 
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once  vibrate,  give  it  a slight  stroke  with  the  finger.  If  it  still  refuses  to 
vibrate,  it  may  be  necessary  to  readjust  the  screw'.  If  the  spring  vibrates, 
but  irregularly  or  too  slowly,  the  evil  may  usually  be  remedied  by  read- 
justing the  screw'. 

To  Distinguish  the  Poles. — It  is  always  possible  to  distinguish  the 
negative  pole  by  holding  the  electrodes  for  a moment  in  the  two  hands; 
the  one  in  which  the  current  is  strongest  felt  is  the  negative  pole. 

If  the  apparatus  refuses  to  go,  or  if  it  stops  at  any  time  while  in  use, 
the  cause  may  be  looked  for — 

1 . In  the  screw  of  the  rheotome  or  current-breaker.  This  may  not  be 
properly  adjusted.  The  point  may  be  too  far  from  the  spring,  or  too 
closely  pressed  upon  it.  This  w'ant  of  proper  adjustment  of  the  screw  is 
the  most  frequent  cause  of  a stopping  of  the  machine,  and  of  the  refusal  of 
the  spring  to  vibrate.  The  spring  may  sometimes  be  corroded  at  the 
point  where  the  screw  touches  it. 

2.  In  the  connection  of  the  wires.  The  wires  that  unite  the  elements 
may  not  be  properly  screwed  at  their  point  of  connection,  or  may  be  cor- 
roded. 

3.  In  the  battery  itself.  The  battery — that  is,  the  zinc  and  platinum 
or  carbon  with  the  solution  in  the  glass  jar — may  get  out  of  order  in  four 
ways.  First,  the  solution  may  lose  its  strength.  This  difficulty  may  be 
remedied  either  by  pouring  in  some  sulphuric  acid  or  by  making  an  en- 
tirely new  solution,  or  by  simply  adding  more  water.  Secondly,  the  zincs 
may  become  so  corroded  and  incrusted  as  to  become  capable  of  generat- 
ing a current.  When  we  have  reason  to  suspect  that  such  is  the  case  we 
should  clean  them  with  an  old  tooth-brush  or  cloth,  or  amalgamate  them. 
When  the  zincs  have  lost  their  amalgam,  local  action  may  take  place ; this 
w'ill  be  indicated  by  rapid  evolution  of  hydrogen.  Ihirdly,  a portion  of 
the  mercury  may  have  fallen  on  to  the  platinum  and  covered  it.  When 
this  happens,  little  or  no  current  can  be  obtained.  Fourthly,  both  the  ele- 
ments will  in  time,  by  hard  and  long  usage,  wear  out,  and  will  need  to  be 
replenished. 

4.  In  the  helix.  It  is  very  rarely  that  the  helix  of  the  apparatus  ever 
becomes  so  injured  as  to  become  incapable  of  service.  If,  after  we  have 
properly  adjusted  the  screw  and  spring,  made  sure  of  the  connections  of 
the  wires,  replenished  the  solution,  and  cleaned  the  zincs,  the  apparatus 
persistently  refuses  to  go,  we  have  reason  to  suspect  that  something  may 
be  wrong  with  the  wires  that  compose  the  helix.  If  such  be  the  case  the 
evil  can  be  remedied  only  by  the  inventor  himself,  or,  at  least,  by  some  one 
practically  familiar  with  the  construction  of  helices.  But  we^  should  try 
very  patiently  and  perseveringly  before  we  accept  the  conclusion  that  the 
helix  is  thus  out  of  order,  for  it  is  an  accident  of  extremely  rare  occurrence. 

When  no  current  is  felt  at  the  electrodes,  although  the  apparatus  acts 
properly,  we  know  that  the  connection  is  broken  somewhere  in  the  insulated 
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conducting  wires.  Sometimes  the  union  of  the  wires  with  the  electrodes 
is  imperfect,  and  occasionally  the  wire  in  some  part  is  broken.  Finally, 
the  electrodes  themselves  may  become  very  much  corroded,  and  may  need 
cleaning  before  a good  current  can  be  obtained. 

To  Take  Care  of  the  Apparatus. — When  not  in  use,  the  element  wherever 
possible  should  be  taken  out  of  the  solution.  If  the  element  remains  too 
long  a time  in  the  jar  an  incrustation  of  salt  will  sometimes  accumulate 
on  the  top  of  the  zincs,  which  will  need  to  be  brushed  or  washed  off. 
This  salt  is  the  sulphate  of  zinc,  resulting  from  the  action  of  the  sulphuric 
acid  on  the  zinc. 

We  may  know  that  action  is  taking  place  in  the  battery  when  bubbles 
of  hydrogen  are  rising  up  by  the  sides  of  the  zinc. 

Methods  of  Modifying  the  Current. — The  strength  of  the  current  of  these 
machines  may  be  modified  in  several  ways,  as  follows : 

1.  It  may  be  modified  by  withdrawing  or  pushing  in  the  metallic  tube 
that  covers  the  helix. 

When  this  tube  covers  the  helix  an  indefinite  number  of  branch  cur- 
rents are  induced  in  it  that  interfere  with  the  main  current  and  weaken  it. 
In  proportion  as  this  is  withdrawn,  the  induction  of  branch  currents,  and 
the  consequent  interference  with  the  main  current,  grows  less. 

This  method  of  modifying  the  strength  of  the  current  must  be  used 
continually  both  in  general  and  localized  faradization. 

2.  The  current  may  be  modified  by  increasing  the  quantity  of  the 
solution,  or  of  the  sulphuric  acid  in  it.  This  measure  can  be  resorted  to 
when  the  current  fails  to  accomplish  our  purpose,  even  when  the  metallic 
tube  is  entirely  or  nearly  withdrawn. 

3.  When  the  current  passes  through  the  body  of  the  operator,  the  cur- 
rent may  be  modified  by  increasing  or  diminishing  the  pressure  of  the 
hand  on  the  sponge  connected  with  the  positive  pole.  (See  General 
Faradization.) 

The  direction  of  the  current  can  be  changed,  at  any  time,  by  revers- 
ing the  position  of  the  electrodes,  or  by  reversing  the  conducting  wires  in 
the  posts,  or  by  the  current-reverser,  when  one  is  attached  to  the  machine. 

The  apparatus  represented  in  Fig.  57  is  among  the  best  of  those  with 
only  an  ordinary  length  of  coil.  Of  compact  form  and  operated  by  a Tip 
cell  much  or  little  of  the  elements  can  be  immersed  at  will.  The  current 
from  any  of  the  ten  combinations  can  be  selected  by  means  of  the  sliding 
arms  in  the  centre.  The  four  coils  of  which  this  machine  is  made  vaiy 
greatly  in  thickness  and  length  and  produce  very  different  effects. 

Another  variety  of  the  continuous  coil  apparatus  (Fig.  58)  is  a model 
of  compactness,  with  strength  and  quality  of  current.  It  is  modelled  after 
the  celebrated  Gaiffd  battery,  but  is  far  superior  in  construction  and 
strength  of  current.  It  is  operated  by  a double,  open,  bisulphate  of  mer- 
cury cell,  or  can  be  operated  by  larger  cells  if  desired.  The  coil  is  com- 
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posed  of  four  different  lengths  and  diameters  of  wire,  which  yield  a cur- 
rent equal  in  efficiency  and  power  to  batteries  of  much  larger  size.  Its 
length  is  10  inches,  width  inches,  depth  2 inches. 

Fig.  29  is  a compact  and  valuable  apparatus.  It  has  three  separate 
coils  (coarse,  medium,  and  fine) , of  varying  lengths  and  producing  effects 
undeniably  different.  The  diameter  and  length  of  wire  on  each  coil  are 
marked  in  millimetres  and  metres.  The  fine  and  slow  vibrators  are  both 
controlled  by  a rheostat  by  which  the  speed  of  both  can  be  regulated  and 


Fig.  57. — Continuous  Coil  Machine  with  Tip  Battery  (Kidder). 

the  strength  of  the  current  increased  or  modified  at  will.  It  has  a contact 
key  which  is  used  for  single  impulses  to  contract  a single  muscle  or  group 

of  muscles.  . -v  • 

The  Mier-disk  rheotome  in  place  of  the  ordinary  spring  vibrator  is  one 

of  the  new  features  claimed  for  the  machine  in  Fig.  60.  The  interrupter 
is  automatic,  giving  interruptions  that  vary  from  fifty  up  to  many  thou- 
sands per  minute.  Another  good  feature  of  this  machine  is  the  perfect 
connection  of  the  zinc  and  carbon  elements  by  which  the  metal  woik  and 
screws  are  perfectly  protected  from  the  battery  fluid. 

Fig.  61  illustrates  a combined  galvanic  and  faradic  battery.  y 
combining  the  two  the  size  of  the  case  is  but  little  increased,  and  this  is 
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great  convenience  to  those  who  wish  to  use  electricity  at  the  bedside  or 
from  house  to  house. 

The  current  from  the  batter)^  (Fig.  62)  is  generated  by  Leclanchd 


Fig.  58.— Pocket  Apparatus  (Kidder). 


liquid  cells.  Each  cell  contains  the  necessary  salts  in  dry  form,  and  to 
charge  the  battery  simply  add  the  necessary  quantity  of  water  according 
to  the  directions  accompanying  each  battery.  The  strength  of  the  three 


Pig. 


S9.  Engelmann’s  Faradic  Battery,  with  High  Tension  Coils  (Waite  & Bartlett 


uator^ntf^*!^!!  machine  is  regulated  by  means  of  the  sliding  grad- 

uator  attached  to  the  front  of  the  case. 

7 6i?LT1^  kVm  represented  by  Fig.  63  has  a total  length  of 

7,t> 1 4 feet  subdivided  as  follows- 

18 
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No.  21  wire.  First  division,  84  yds.  Second  division 154  yds. 

*0 ' 32  “ “ “ 300  “ “ “ 500  “ 

<<  35  ••  “ “ 500  “ “ “ 1,000  “ 

Having  but  one  helix  its  advantage  over  the  separate  spool  system  is 
manifest.  It  is  far  more  compact,  there  being  no  occasion  to  remove  one 
spool  to  replace  another.  It  possesses  a far  greater  variety  of  com- 
binations of  length  of  wire,  with  the  ability  to  increase  currents  of  any 
quantity  or  tension  from  zero  to  the  maximum  effect  desired.  The  appa- 
ratus contains  a rheostat  in  the  battery  circuit,  modifying  the  electro-mo- 
tive force  acting  upon  the  primary  field ; a gear  movement  to  regulate  the 
coil  over,  or  remove  it  from  the  primary  wire ; a very  rapid  interrupter; 


Fig.  60.— Faradic  Battery  cMcIntosh). 


slow  automatic  interrupter;  switch  for  placing  the  same  in  operation;  pole 
changer  and  compound  switch  allowing  of  an  instantaneous  selection  of 
wire  at  will.  The  apparatus  contains  four  dry  cells  for  portable  work ; bu 
for  office  work  and  to  get  its  best  effects,  fluid  cells  of  a larger  pattern 

and  less  tendency  to  polarize  are  essential. 

Fig  64  is  a view  of  the  right  end  of  the  coil,  with  the  figures  represent- 
ing in  ylrds  the  length  of  the  different  combinations.  The  different  sizes 
Itl  nos.  3^.  and  36,  are  also  designated.  The  vanous  se  - 
tlons  of  »ire  can  be  selected  by  placing  the  two  arms  npon  any  two  but- 
tons, and  whatever  buttons  the  arms  are  placed 
of  wire  as  stamped  between  the  buttons  will  be  included  in  the 
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With  this  compound  circle  switch  one  can  readily  select  the  entire  coil 
with  its  varying  sizes  and  length  of  7,700  feet,  or  the  last  section  or  any 
intermediate  section.  A study  of  this  compound  circle  switch  will  show 
that  there  are  twenty-one  possible  combinations,  equalling  an  apparatus 
having  twenty-one  separate  spools. 

Although  these  different  currents  are  distinctive,  it  is  not  to  be  sup- 
posed that  they  all  differ  materially  in  their  physical  or  therapeutic 
effects,  or  that  the  differential  indications  for  the  use  of  the  majority  of 
the  combinations  are  of  importance.  For  all  practical  purposes  three  or 
four  coils  are  all  that  one  can  possibly  be  called  upon  to  distinguish  be- 
tween. 


Fig.  61.— a4-Cell  Combined  Galvanic  and  Faradic  Battery  (Galvano-Faradic  Mfg.  Co.) 

In  Fig.  65  we  have  represented  the  various  sizes  and  lengths  of  wire 
in  the  high-tension  coil : 

The  heavy  lines  represent  No.  21  wire,  subdivided,  first  section  84 
yards,  second  section  154  yards;  total,  238  yards. 

The  medium  lines  represent  No.  32  wire,  subdivided,  first  section  300 
yards,  second  section  500  yards;  total,  800  yards. 

The  fine  lines  represent  No.  36  wire,  subdivided,  first  section  500 
yards,  second  section  1,000  yards;  total,  1,500  yards. 

The  round  circles  represent  the  terminal  buttons  (seen  in  Fig.  64) 
over  which  the  compound  switch  arms  pass,  selecting  the  various  lengths 
fo  apparatus  there  are  nearly  16,000  magnetic  lines  of 

line  wire,  high  tension,  and  rapid  vibration  are  the  three  factors  which 
pro  uce  the  special  and  sedative  effects  of  the  present  and  all  improved 
ig  tension  apparatus.  In  order  that  the  physician  may  be  able  to  de- 
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termine  for  himself  whether  any  given  coil  fulfils  the  requirements  of 
high  tension  a practical  test  is  necessary,  and  one  that  may  be  applied  by 
every  physician  to  his  own  battery. 

Such  a test  is  afforded  by  the  Geissler  vacuum  tube.  Select  a moder- 
ate size  tube,  and  place  it  in  the  secondary  circuit.  Pass  the  current 
through  an  ordinary  coil,  and  no  effect  within  the  tube  will  be  produced. 

It  requires  about  4,000  feet  of  No.  36  copper  wire  to  create  tension 
enough  to  glow  the  tube.  Without  sufficient  tension,  therefore,  to  glow 
the  tube  a coil  cannot  be  considered  a high-tension  coil.  With  a coil, 


FiO.  62.— Vetter-Leclanchd  Faradic  Battery. 


however,  containing  6,000  or  8,000  feet  of  properly  wound  wire  we  obtain 
a beautiful  effect  within  the  vacuum  tube  and  demonstrate  the  existence  o 

high  tension  in  fact. 

The  lumen  of  the  tube  is  seen  filled  with  luminous  disks  like  rouleaux 
or  corpuscles  in  active  agitation.  As  they  lean  slightly  in  the  direction 
of  the  current  flow  and  reverse  with  each  change  of  polarity  they  indicate 
that  this  is  not  an  alternating  current,  but  is  a flow  in  one  duection  in- 
terrupted, but  not  alternating.  The  polarity  is  also  determined  in  ano  her 
way.  The  bulb  at  the  positive  end  is  clear,  while  the  negative  bulb 

filled  with  mist.  . . 

Galvanic  Apparatus.-V■cX^'^<^  the  faradic  current,  which  vat  es  im 

mensely  according  to  the  character  of  the  coil  and  the 

the  galvanic  current  is  the  same  however  generated,  and  therefore  m 


APPARATUS  FOR  ELECTRO-TTIEROPEUTICS. 


277 


selection  of  a gah^anic  there  does  not  exist  the  same  necessity  for  care  as 
in  the  selection  of  a faradic  apparatus. 

It  is  not  so  much  a question  of  quality  of  current  as  questions  of  por- 
tability, rapidity  of  polarizations,  accessories,  solidity  of  construction,  and 
general  convenience. 

Hydrostat. — In  the  ordinary  zinc-carbon  fluid  battery  the  hydrostat  is 
an  excellent  contrivance  for  keeping  the  fluid  from  spilling,  when  the  bat- 


Fig.  63. — High-Tension  Apparatus  (Kidder). 


tery  is  carried  in  a buggy  or  on  a long  journey.  It  consists  of  a rubber 
covering  accurately  fitted  on  the  top  of  the  cells. 

Practical  Directions  for  the  Use  of  Zinc- Carbon  Cells. — The  following 
directions  will  substantially  apply  to  all  or  nearly  all  forms  of  the  zinc- 
carbon  battery,  by  whomsoever  manufactured. 

How  to  Charge  the  Cells. — The  solution  is  made  in  about  the  following 
proportions:  sulphuric  acid,  i oz. ; bichromate  potass,  oz. ; water,  10 
oz.  The  best  way  to  make  the  solution  is  to  dissolve  the  bichromate  of 
potash  in  cold  water  and  then  add  the  sulphuric  acid.  The  mingling  of 
the  water  and  sulphuric  acid  causes  great  heat.  Do  not  use  the  solution 
until  it  is  cool.  We  had  not  been  able  to  get  any  satisfactory  explanation 
of  the  fact  that  solutions  when  hot  injure  the  battery  until  it  was  found 
from  exp>eriment  that  when  the  bichromate  of  potash  solution  is  used  hot  a 
layer  of  ozone  is  formed  on  the  carbon ; this  at  once  weakens  the  current. 
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Lift  out  the  plates  by  the  middle  piece  to  which  they  are  attached,  lift 
up  the  jars  by  the  keys,  and  fill  each  jar  with  two,  or  three,  or  three  and  a 
half  ounces  of  the  solution.  They  should  be  filled  pretty  uniformly,  and 
care  should  be  taken  that  no  more  should  be  put  in  than  the  jars  will  hold 
after  the  plates  are  immersed. 

How  to  Clean  the  Battery  and  Amalgamate  the  Zincs. — Every  few  weeks 
or  months,  according  to  the  extent  to  which  the  battery  is  used,  it  will  be 
necessary  to  wash  the  plates  and  scrape  off  the  exudation  and  renew  the 
solution,  or,  at  least,  to  add  more  acid  or  water,  and  amalgamate  the  zinc. 
The  chrome  alum  that  collects  in  the  bottom  of  the  jars  and  becomes 
very  hard  can  be  softened  by  allowing  warm  water  to  stand  in  the  jars  for 
a time,  and  then  loosening  the  deposit  with  any  sharp  instrument.  A 


Fio.  64.— Right  End  of  High-Tension  Coil. 


good  way  to  amalgamate  the  zincs  is,  take  a strip  of  zinc,  dip  it  in  a so- 
lution of  sulphuric  acid  and  water,  then  dip  it  in  mercury;  the  meicury 
will  adhere  to  and  run  over  it;  then  rub  up  over  the  surface  of  the  zincs 
of  the  battery  until  all  are  well  covered  with  mercury.  During  the  proc- 
ess of  amalgamation  the  zincs  should  be  kept  well  moistened  with  a solu- 
tion of  sulphuric  acid  and  water. 

Fig.  66  shows  a convenient  form  of  portable  galvanic  battery  with  the 
door  open,  illustrating  the  construction  of  its  various  parts.  The  box  con- 
tains a compartment  at  the  bottom  into  'A'hich  the  hydrostat  board  H is 
put  when  not  in  use.  When  the  battery  is  to  be  carried  about  this  board 
H is  placed  on  the  top  of  the  cells,  with  its  rubber  padded  side  down. 
The  plug  and  socket  arrangement  is  simply  another  method  of  increasing 
the  strength  of  current  gradually,  cell  by  cell,  without  shock. 

The  portable  dry  galvanic  battery  (Fig.  67)  is  run  by  a modification 
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of  the  Leclanche'  cell  which  yields  a fairly  high  electro-motive  force,  has 
a low  internal  resistance  with  the  great  recuperative  power  of  this  well- 
known  cell.  The  cells  are  connected  in  series,  and  the  two  terminals  of 
the  series  are  connected  with  the  Vetter  carbon  current-controller,  which  is 
mounted  on  the  top  of  the  case.  The  average  life  of  these  cells  is  from 
one  to  three  years,  according  to  use,  and  the  current  is  steady  and  con- 
stant. The  Barrett  is  another  excellent  dry-cell  apparatus,  readily  port- 
able and  of  remarkable  constancy. 

The  exciting  elements  are  zinc  and  chloride  of  silver,  and  it  gives  eight 
hundred  hours  of  work  before  it  is  exhausted. 

Fig.  68  represents  a very  complete  keyboard  through  which  can  be 
operated  cells  of  any  description.  The  Law  cell  is  mostly  used  with  this 
contrivance,  and  they  give  a most  constant,  uniform,  and  steady  current. 


This  advantage  it  shares  with  all  the  various  constant  batteries.  The  ex- 
planation of  the  constancy  and  steadiness  of  the  current  from  these  com- 
binations of  the  Law  cell  is  found  in  the  fact  that  on  account  of  the 
feebleness  of  the  solution  the  chemic  action  is  slow  and  uniform,  with  no 
interruptions  or  even  variations. 

The  cabinet  battery  (Fig.  69)  is  furnished  with  forty  or  more  cells  of 
the  “Fitch  Perfect  Battery.”  The  galvanic  circles,  with  double-cell  se- 
lectors, wire  coil  rheostat,  pole  changer,  automatic  rheotome,  and  the  vari- 
ous switches  to  bring  into  circuit  the  milliammeter,  automatic  rheotome, 
and  water  rheostat,  are  mounted  on  a vertical  base,  and  the  faradic  coils 
of  high  tension,  water  rheostat,  and  the  binding  posts  are  placed  on  a 
horizontal  base  of  polished  hard  rubber.  The  cells  are  arranged  on 
shelves  in  the  lower  part  of  the  cabinet,  doors  being  provided  so  that  they 
are  easy  of  access.  Heavy  insulated  copper  wires  connect  the  cells  with 
the  buttons  within  the  circles  on  the  base,  the  wires  passing  up  at  the 
back  of  the  cabinet,  which  may  be  opened  and  expose  the  connections  to 
view.  The  double-cell  selectors  allow  the  operator  to  select  any  cell  or 
cells  within  the  circles,  and  to  use  them  uniformly. 
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They  are  provided  with  broad  flange  bottoms,  and,  when  selecting  ad- 
ditional cells,  these  slide  from  one  button  to  another,  always  resting  on 
one  before  leaving  the  other,  so  that  a gradual  increase  of  the  current  is 
insured  without  the  possibility  of  a shock.  The  rheostat  has  German 
silver  wire  coils  of  from  5 to  5,000  ohms’  resistance,  a total  resistance  of 
17,000  ohms,  and  may  be  used  in  connection  with  the  meter  to  measure 
the  resistance  of  the  patient  or  to  test  the  condition  of  the  cells.  The 
meter  is  a vertical  form,  which  is  unaffected  by  magnetic  influences,  and 
therefore  does  not  have  to  be  adjusted.  It  has  a scale  of  double  values, 
and  measures  from  one  to  five  hundred  milliamperes.  This  is  placed  on 
a bracket  in  the  top  of  the  cabinet,  and  is  easily  read  from  a distance. 
The  automatic  rheotome  gives  graduated  interruptions  of  the  galvanic 


FlO.  C6. — Plug  and  Socket  Galvanic  Battery  (Waite  & Bartlett). 


current.  It  is  constructed  on  the  principle  of  a clock,  and  is  operated  by 
a strong  spring  that  is  not  liable  to  get  out  of  order. 

The  water  rheostat  may  be  used  to  gradually  modify  the  current  from 
any  series  of  cells. 

For  the  use  of  the  no  or  120  volt  direct  current  the  Kennelly  adapter 
(Fig.  70)  is  a very  complete,  compact,  and  satisfactory  apparatus.  It  con- 
sists of  a hard-rubber  cylinder,  upon  which  is  wound  in  suitable  grooves, 
cut  on  the  face  of  the  same,  several  hundred  feet  of  German  silver  wire, 
having  a very  high  resistance. 

Near  the  end  of  the  cylinder  on  the  left,  very  high  resistance  carbon 
blocks  are  introduced  into  the  circuit,  making  the  total  resistance  about 
33,000  ohms.  This  rheostat  is  regulated  by  the  sliding  contact  which 
travels  along  the  two  rods  above  and  parallel  with  the  cylindei. 
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A 16  C.  P.  lamp  is  placed  in  circuit  with  each  of  the  leading-in  wires 
to  effectually  protect  the  patient  and  apparatus,  should  a short  circuit 
occur  on  any  part  of  the  electric-light  circuit. 

A third  lamp,  shown  on  the  extreme  right,  provided  with  a key,  is  ar- 
ranged in  shunt  with  the  rheostat.  When  the  key  is  turned  on,  the  vol- 
tage of  the  galvanic  current  is  reduced  to  60  volts.  With  this  shunt  in 
operation,  and  all  the  resistance  of  the  rheostat  thrown  into  the  circuit,  by 
moving  the  sliding  contact  to  the  extreme  left,  a current  of  one  milli- 
ampere  is  obtained  when  the  binding  posts  are  connected  together  by  a 
short  piece  of  wire,  i.e.,  short-circuited.  On  moving  the  sliding  contact  to 


Fig.  67.  Portable  Dry  Galvanic  Battery  (Vetter). 


the  right,  the  resistance  is  very  gradually  diminished,  and  the  current  cor- 
respondingly increased.  This  finely  graduated  current  is  required  in  some 
cases,  where  a very  slight  irregularity  in  the  current  would  produce  a 
shock  to  the  patient. 

hen  a stronger  current  is  required,  the  lamp  is  cut  out  by  turning  off 
the  key  and  the  current  is  used  unshunted. 

The  Kennelly  milliammeter  is  mounted  on  the  base  on  the  left,  the 

e c anging  switch  is  placed  in  the  middle  of  the  board,  while  on  the 
rent^  shown  the  faradic  coil,  which  is  also  operated  by  the  street  cur- 

The  converters  or  adapters  of  McIntosh,  Vetter,  and  others  are  all 
practical  and  efficient. 

In  I ig.  71  is  illustrated  a method  of  employing  the  constant  incandes- 
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cent  current  for  cataphoresis,  electrolysis,  and  the  ordinary  purposes  of 
the  galvanic  current.  In  the  use  of  the  four  devices  here  illustrated  we 
combine  scientific  accuracy  with  perfect  safety.  We  have : 

1.  The  Vetter  current-adapter,  which  is  inserted  into  the  light  socket 
and  brings  the  i6  C.  P.  lamp  in  series,  thus  limiting  the  current  capacity 
to  Yi  ampere. 

2.  The  volt-controller,  by  means  of  which  any  desired  voltage  from 
I to  no  can  be  selected. 

3.  The  carbon  current-controller,  which  controls  the  current  thus 
obtained  in  the  finest  gradations,  to  the  fraction  of  a milliampere. 

4.  The  Standard  milliammeter,  which  is  absolute  in  its  reading  and 
shows  the  exact  amount  of  current  passing. 


Fig.  68. — Keyboard  of  Cabinet  Battery  (Kidder). 


Sinusoidal  Apparatus. — The  sinusoidal  is  an  alternating  current  hav- 
ing a special  character  and  taking  its  name  from  the  fact  that  in  its  rela- 
tion to  time  it  follows  the  law  of  sines.  When  graphically  represented  we 
see  a curve  sinuous  in  form  and  far  less  abrupt  than  those  of  the  ordinary 
faradic  apparatus.  Its  motor  effects  vary  according  to  the  rate  of  its  alter- 
nation. If  they  are  slow— twenty  or  less  a second— clonic  contractions 

are  elicited  at  each  alternation.  _ -n  j- 

Up  to  two  or  three  thousand  alternations  the  pulsations  are  still  is- 

tinct,  although  the  muscular  contractions  become  tetanic. 

Above  12,000  per  minute  a current  is  obtained  producing  some  of  the 
effects  of  the  galvanic.  Its  quantitative  effects  on  degenerate  muscu  ar 
fibre  are  more  marked  than  in  the  use  of  the  faradic  current-especially 
if  the  machine  generating  the  current  is  arranged  for  quantity.  r.  J.  • 
Kellogg,  who  has  experimented  largely  with  this  current,  ascribes  as  t 
reason  for  its  peculiar  motor  effects  the  excitation  of  strong  muscuh^  c 
tractions  without  affecting  the  cutaneous  nerves  or  nerves  of  ordinary 
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sation  to,  first,  the  sinusoidal  character  of  the  curve  produced  by  it,  which 
represents  the  gradual  and  uniform  increase  of  the  current  from  zero  to 
maximum  and  back  to  zero  again,  first  in  one  direction  and  then  in  the 
other;  and,  second,  the  interesting  fact  developed  by  laboratory  experi- 
ments in  electro-physiology,  that  electric  applications  produce  a state  of 
hyperexcitability  in  the  region  of  the  anode  the  instant  the  current  ceases 
to  flow.* 

An  apparatus  for  the  production  of  the  sinusoidal  current  is  illus- 
trated in  Fig.  72.  The  alternator  on  the  top  of  the  table  to  the  right  is 
driven  by  a small  motor  running  on  the  Edison  direct  120-volt  current 
(shown  on  left).  The  field  frame  is  of  laminated  iron  supported  by  cast- 
ings, and  has  tw'elve  poles.  On  each  pole  is  a spool  with  two  windings  of 
wire.  The  inner  has  eight  layers  of  fine  wire,  and  the  outer  two  layers 
of  coarse. 

All  the  fine  wire  windings  are  connected  in  one  series,  which  consti- 
tutes the  secondary  or  delivery  coil.  All  the  coarse  wire  windings  are 
connected  in  another  series,  forming  the  primary  or  field  winding  of  the 
machine.  By  this  arrangement  it  is  only  necessary  to  drive  the  armature, 
which  is  a combination  of  laminated  iron  disks,  to  transform  the  continu- 
ous primary  current  into  alternating  current  waves  in  the  secondary  cir- 
cuit, and  by  duly  proportioning  the  grooves  and  projections  on  the  arma- 
ture surface,  these  waves  are  made  sinusoidal. 

Twenty-four  alternations  or  twelve  complete  periods  are  generated  for 
every  revolution  of  the  armature,  and  since  a speed  of  4,800  revolutions 
per  minute  can  be  attained,  the  frequency  can  be  carried  to  1,920  alterna- 
tions per  second,  or  over  115,000  alternations  per  minute.  For  steady 
running  a more  moderate  speed  and  frequency  will  unsually  be  desirable. 

The  primary  wdnding  of  the  alternator  is  excited  by  the  120  volt  direct 
current,  which  is  controlled  by  a lamp  rheostat,  the  switchboard  operating 
it  being  shown  in  the  front  of  cut  on  the  right  and  the  lamps  being  placed 
under  the  table.  In  this  way  the  strength  of  the  secondary  currents  can 
be  controlled  independently  of  the  frequency. 

The  speed  of  the  motor,  and  consequently  the  number  of  alternations 
of  the  secondary  currents,  can  be  varied  by  the  lamp  rheostat  shown  in  the 
ront  of  cut  on  the  left,  as  this  rheostat  is  included  in  the  motor  circuit. 

^ The  rheostat  shown  in  the  centre  of  the  table  is  connected  in  shunt 
Wit  the  secondary  circuit,  and  is  used  to  vary  the  strength  of  the  current 
applied  to  the  patient. 

. ^*^°^her  apparatus  for  the  generation  of  the  sinusoidal  current  is  seen 
73'  It  differs  from  Kennelly’s  in  that  the  shaft  upon  which  the 
amature  of  the  sinusoidal  apparatus  is  wound  is  directly  attached  to  the 
s a t of  the  motor,  thus  doing  away  with  the  inconvenience  of  a belt.  By 
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FIG.  6g.-Cabinet  Battery  with  High-Tension  Coil  and  Wire  Rheostat  (Van  Houten  & Ten 

Broeck). 
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means  of  two  extra  brushes  the  current  from  the  machine  is  commutated 
into  a direct,  or  rather  an  interrupted,  galvanic  current,  which  is  inter- 
rupted into  the  patient’s  circuit  by  means  of  a switch  by  which  the  oper- 
ator may  at  will  change  the  current  from  alternating  to  direct. 

Rheostats. — The  general  object  and  principle  of  the  rheostat  has  been 
already  described.  It  remains  here  to  speak  of  those  forms  that  are  best 
adapted  for  electro-therapeutics. 

A form  of  rheostat  very  well  known  to  electro-physiologists  and  elec- 
tro-therapeutists is  that  of  Siemens,  and  introduced  into  electro-therapeu- 
tics by  Brenner  in  his  researches  on  the  ear.  The  unit  of  Siemens  is  a 


Fig.  70.  Galvanic  and  Paradic  Adapter  (Kennelly’s).  (For  use  on  no  or  120  volt  circuit.) 


column  of  mercury,  one  metre  long,  with  a transverse  section  of  one  square 
millimetre,  at  32°  F. 

Hydro-Rheostat  or  Carbon-Rheostat. — For  all  the  practical  purposes  of 
electro-therapeutics,  even  for  the  most  delicate  applications  to  the  most 
delicate  organs,  as  the  ear,  eye,  etc.,  the  common  water  rheostat  or  the 
carbon  rheostat  are  sufficiently  precise,  and  in  convenience  are  incompar- 
ably superior  to  the  stopper  rheostats.  But  for  the  measurement  of 
the  resistance  in  ohms  the  more  modern  instruments  are  constructed  of 
German  silver  wire  for  the  reason  that  its  resistance  is  affected  but 
slightly  by  changes  of  temperature.  Wire  stopper  rheostats,  however — 
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although  useful  in  enabling  the  physician  at  once  to  inform  himself 
of  the  varying  degrees  of  resistance  in  ohms  of  the  human  body — are 
for  general  purposes  of  utility  of  no  more  value  than  the  simpler  forms 
to  be  described. 

The  water  rheostat  (Fig.  74),  represented  in  the  cut,  is  simply  a col- 
umn of  water,  interposed  in  the  circuit,  and  so  arranged  that  the  distances 
between  the  extremities  of  the  carbons  that  close  the  circuit  through  the 
water  can  be  increased  or  diminished  at  pleasure. 

This  instrument  consists  of  two  triangular-shaped  carbon  plates,  each 
carrying  a bit  of  sponge  at  one  of  its  angles,  and  so  mounted  over  a small 


Fig.  71.— Volt  Controller  for  Incandescent  Current  (Vetter), 


glass  cup  of  water  that,  by  means  of  a worm  gear  operated  by  a hand- 
wheel,  the  sponge  tips  are  gradually  moved  down  into  the  water  and  tow- 
ard each  other  until  the  plates  touch  at  their  lower  points.  It  will  give  a 
feeble  current  at  the  outset  and  will  increase  the  current  without  variation 
or  fluctuation,  and  finally  will  give  the  full  strength  of  the  battery  without 

slioclc* 

A rheostat  of  some  form,  though  not  always  indispensable  in  electric 
applications,  is  yet  a great  convenience,  especially  in  central  galvaniza- 
tion, in  local  galvanization  of  the  nerve-centres,  and  in  all  internal  and 
electrolytic  methods  of  treatment  where  strong  currents  are  used  it  is  a 

necessity.  , , 

The  advantage  of  this  and  various  other  forms  of  dry-current  contiol- 
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lers  (Fig.  75)  that  have  been  suggested  lies  in  the  possibility  of  utilizing 
the  whole  strength  of  one’s  battery.  The  mechanical  principle  of  this 
particular  rheostat  is  that  of  the  letter-press,  and  one  of  its  advantages  lies 
in  the  possibility  of  utilizing  the  whole  strength  of  one’s  battery.  A 
quantity  of  carbon  in  a finely  divided  state  is  placed  in  a small  rubber 
cylinder  which  is  between  two  metal  plates,  forming  opposite  ends  of  a 
circuit.  By  turning  the  knob  “on”  or  “off”  as  marked,  thereby  com- 
pressing or  relaxing  the  granular  carbon  contained  in  the  rubber  pouch. 


Fig.  72.— The  Kennelly  Sinusoidal  Machine  (Edison  Mfg.  Co.). 


the  current  can  be  increased  or  decreased  at  pleasure.  The  absence  of 
iquids  and  the  non-corrosibility  of  the  material  that  offers  the  resistance 
IS  a decided  advantage. 

The  Monell  rheostat  (Fig.  76),  the  first  to  be  successfully  applied  to 
ose  regulation  and  registration  of  secondary  coil  currents,  consists  of  two 
para  el  tubes  fixed  upon  a base  and  containing  a resisting  fluid  of  definite 
permanent  composition,  through  which  a movable  rod  is  raised  or 
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lowered  by  the  operator.  Tube  No.  i is  given  a high  resistance  to  con- 
trol high-tension  currents  of  great  power.  Tube  No.  2 has  a much  lower 
resistance  for  currents  of  less  penetrative  energy.  The  rheostat  may  be 
operated  in  the  secondary  circuit  of  any  high-grade  induction  apparatus 
to  which  suitable  connections  are  attached. 

No  claim  is  made  that  the  rheostat  is  a faradic  meter,  but  it  is  cali- 
brated in  ohms  of  resistance  that  admit  of  accurate  registration  of  the  dose 
administered  at  any  given  time. 

There  is  an  existing  need  for  a standard  method  of  recording  the  treat- 
ment administered,  and  thus  imparting  a uniform  and  intelligible  value  to 
the  reports  of  clinical  cases,  now  so  lacking  in  precision  and  definiteness. 
The  method  suggested  by  Monell  is  a practical  one.  To  record  the  cur- 
rent strength  of  any  application,  he  takes  the  value  represented  by  the 
resistance  cut  out  of  his  calibrated  rheostat. 


Milliammeters. — What  the  compass  is  to  the  mariner  the  milliam- 
meter  is  to  the  electro-therapeutist.  Without  it  he  would  often  find 
himself  quite  at  sea,  and  would  be  liable  either  to  get  no  results  or,  in 
cases  especially  of  internal  treatment,  when  the  resistance  is  low,  accom- 
plish far  more  harm  than  good.  The  meter  Fig.  77  is  a good  one,  hav- 
ing been  calibrated  with  great  care  and  from  standard  electric  test  sets. 
The  scale  indicated  by  the  lower  figures  gives  the  low  reading  of  mil- 
liamperes,  by  fraction  of  milliampere.  The  upper  scale  gives  the  higher 
milliampere  readings.  The  instrument  is  sensitive  and  the  pointer  will 
oscillate  quite  freely,  but  it  is  supplied  with  a dead-beat  aUachmenl,  so 
that  the  pointer  can  be  immediately  brought  to  rest  by  pressing  the  knob. 
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It  is  of  a type  similar  to  the  Weston  & Kennelly  meters,  and  is  practically 
unaffected  by  outside  magnetism. 

The  vertical  form  of  milliammeter  (Fig.  78)  is,  because  of  its  con- 
venience, preferred  by  many  from  the  fact  that  it  is  easier  to  read  from  a 


Pig.  74. -The  Bailey  Hydro-Rheostat  (Van  Houten  & Ten  Broeck). 

vertical  scale  than  from  a horizontal  one.  The  lower  scale  is  from  o to 
50  and  the  upper  scale  from  o to  500,  the  change  from  one  scale  to  the 
other  being  quickly  made  by  moving  the  switch  shown  in  the  front  of  the 


Fig.  75 — The  Carbon  Rheostat  (Vetter). 

andlerfJtT^^^  instrument  is  more  expensive,  but  is  regarded  as  standard 
class  in  y^^^^nrate,  the  Kennelly  is  also  known  as  an  instrument  first- 

Waite  & S::Xee„ 

There  are  so  many  forms  of  electrodes  manufactured  and 


ELECTRO-THERAPEUTICS. 


290 


in  general  use  that  it  will  be  impossible  and,  indeed,  unnecessary,  to  do 
more  than  to  indicate  a few  that  are  practically  useful.  Special  forms  of 
electrodes  will  be  found  described  in  connection  with  the  conditions  for 
which  they  are  used. 

The  graduated  electrodes  (Fig.  79)  to  be  attached  to  the  universal 
handle  (Fig.  80)  are  very  convenient  in  practice.  Covered  with  fine 


Fig.  78  —Vertical  MilUammeter  (Galvano-Paradic  Co.) 


76.  — The  Monell  Rheostat  for 
lose  Registration  of  the  Faradic  „._Milliammeter  (Kidder), 

iurrent  (Kidder).  “ 

To  fix  the  sponge  on  the  holder,  unscrew  the  handle  B (Fig.  81)  by  turn 
cr  the  handle  itself.  Place  the  sponge  on  the  outer  surface  of  the  lower 
ate  1),  and  bring  the  edges  of  the  sponge  over  the  edges  of  the  plate,  c asp 
with  the  plate  C,  and  hold  all  together  by  screwing  on  the  handle  B.  _ 
Fig.  83  ^represents  a foot  plate  for  general  faradization  It  is  an  im- 
-oveLnt  on  the  simple  metal  plate,  because  of  its  movable  flannel  covei 
isulated  on  one  side  with  soft  rubber  to  prevent  wetting  and  soiling 


sponge  or  absorbent  cotton, 
one  has  readily  at  hand  in 
compact  form  any  size  of  elec- 
trode for  diagnostic  or  thera- 
peutic purposes. 


"a  large,  soft  sponge,  loosely  folded  about 
the  most  convenient  possible  electrode  for  general  faradization. 
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Fig.  80, — Universal  Handle. 


Pig.  84.— Rock- 
■well’s  Brass  Ball 
Electrode  f orGen- 
eral  Faradization 
(Kidder). 


Fig.  86. -Hand  Sponge  Elec-  ^S.-Folding  Foot  Plate  (McIntosh), 

trode  (Van  Houten  & Ten 
Broeck). 


V.G-  85.-Sta- 
iionarv  Elec- 
trode. 


Fig.  87. — Sponge  Electrode  with  Handle  for  use  under  the  Clothing 
(Van  Houten  & Ten  Broeck). 
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Fig.  85  can  be  screwed  to  the  edge  of  a table.  The  sponge  at  the  top 
can  be  unscrewed  and  moistened.  In  many  applications  to  the  ear,  eye, 
head,  and  face  this  is  a most  convenient  electrode  for  the  hand  of  the  pa- 
tient to  rest  upon. 

The  adjustable  electrodes  (Figs.  88,  89),  which  are  made  of  several 
different  sizes,  have  long  been  to  us  indispensable.  They  can  be  fastened 


FIG.  Sg.-Adjustable  Electrode  for  the  Neck 
or  Body  (McIntosh). 


Fig.  qi.— Adjustable  Electrode— small  size— 
with  flannel  Cover. 


FIG.  90. -Flannel  Cover  for  Adjustable  Elec- 
trode-small size. 


by  means  o£  a simple  cloth  band  to  any  part  of  the  body,  and  kept  there 

'ln®di‘^“2  rf  tlmrkTJ,''in  rheumatism,  in  sprains,  and  in 
in  all  cases  where  it  is  desired  to  keep  the  electrode  long  in  one 
are  most  Convenient  A second  advantage  which  they  have  is,  that  tl  y 
can  be  passed  easily  under  the  clothing,  thus  saving  much  undressing  on 

*'fh'^se°Vd'lus?Ibk‘'electrodes  can  be  covered  with  a sponge,  which  can 
be  ^v^I  thJoSi  tl  h“  es  at  the  edge,  or  what  is  very  much  better,  with 

electrode  covers  (Fig.  90). 
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We  use  these  adjustable  electrodes  in  central  galvanization,  galvaniza- 
tion of  the  cervical  sympathetic,  and  brain  and  spine,  and  in  a large  vari- 
ety of  peripheral  applications.  In  some  applications,  as  in  central  gal- 
vanization, one  electrode  is  adjustable,  while  the  other,  held  by  the 
patient,  is  of  the  ordinary  form  with  a handle.  We  do  not  much  use  the 
bands  that  accompany  them,  preferring  to  hold  the  electrode  in  position 


Pig.  92.— Spinal  Elec* 
trode  (Kidder). 


Fig.  93. — Metallic  Brush 
(G.  P.  Mfg.  Co.). 


Fig.  94. — Wheel  Electrode  for 
Muscular  Faradization  (Mc- 
Intosh). 


by  allowing  the  clothing  of  the  patient  to  rest  against  it,  or  having  the  pa- 
tient hold  it,  by  a little  pressure. 

In  galvanization  of  the  sympathetic,  for  example,  the  adjustable  elec- 
trode can  be  easily  placed  under  the  collar  at  the  back  of  the  neck,  and 
kept  there  by  the  pressure  of  the  clothing. 

The  flannel  covers  (Figs.  90  and  91)  are  provided  with  elastics  in  their 
edges  so  that  they  remain  in  position  when  put  on  the  electrode,  and  are 
easily  slipped  off  and  on.  They  can  be  washed  like  towels,  and  the  expense 
of  making  them  is  so  slight  that  a large  number  can  be  kept  constantly  on 
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hand.  We  have  long  been  accustomed  to  use  these  covers  in  all  mild 
central  applications  of  the  galvanic  current. 

A Current- Reverser  with  Flexible  Electrodes, — Fig.  95  represents  a 
current-reverser  which  was  first  constructed  by  Messrs.  Tiemann  & Co. 
It  differs  mainly  in  this  feature  from  other  devices  to  accomplish  the 
same  purposes,  viz. : that  the  current  is  reversed  by  simple  and  slight 
pressure  of  the  thumb,  without  the  intervention  of  a slide,  or  any  com- 
plex arrangement  whatsoever. 

The  letter  D represents  the  button  of  the  spring,  by  pressing  which, 
the  current  is  interrupted  or  reversed.  Pressing  it  lightly  interrupts  the 
current;  pressing  it  firmly  reverses  it. 


In  the  vertical  section  of  the  hard-rubber  handle,  A A is  represented 
as  springing  up  against  the  metallic  plate  on  the  upper  and  inner  surface 
of  the  handle.  Pressing  this  slightly  down,  metallic  connection  is  r 
and  the  current  is  interrupted;  pressing  it  firmly  down,  the  connection 
made  and  reversed  at  B B,  the  metallic  plate  on  the  lower  surface 


the  handle.  , j • „ 

C represents  the  wires  that  connect  with  the  battery,  enclosed  m a ruO- 

F and  G are  flexible  wire  electrodes  armed  with  sponges,  they  can  be 
separated  several  inches  and  kept  there,  or  put  close  together  as  repre- 
sented in  the  cut.  The  advantages  of  this  are  these:  i.  In  many  of 

applications  of  localized  electrization  this  neat  and  simple 
saves  considerable  expenditure  of  muscle  on  the  part  of  the  operate  . 
hand  can  be  perfectly  free  while  the  other  holds  and  guides  the  electro  . 
In  electrizing  the  muscles  of  the  hand  and  arm,  and  of  the  face  especu  y, 
it  is  far  more  convenient  than  to  use  separate  electrodes. 

2 In  cases  of  paralysis  of  motion  and  of  sensation,  whe  ^ j ^ 
ternatives  are  sometimes  indicated,  this  is  the  easiest  conceivable  me 

of  reversing  the  current. 
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Unpolarizable  Electrodes. — It  is  well  known  to  electro-physiologists 
that,  in  consequence  of  the  electrolytic  changes  that  take  place  during  the 
passage  of  a current  from  the  electrodes  to  the  body,  a change  takes  place 
at  the  surface  of  the  electrodes,  by  which  a new  electric  action  is  set  up 
that  to  a certain  extent  interferes  with  the  main  current  and  also  causes 
pain.  Electrodes  thus  affected  are  called  polarized.  (See  Electro-Phys- 
ics.) 

Dr.  Hitzig,*  of  Berlin,  devised  electrodes  in  which  this  secondary  elec- 
tric action  at  the  surface  does  not  take  place ; to  these  he  has  given  the 
name  unpolarizable  electrodes.  These  are  made  unpolarizable  by  a so- 
lution of  sulphate  of  zinc.  The  pain  produced  by  stable  galvanization  is 
sometimes  very  disagreeable,  and  by  these  electrodes  it  is  certainly  di- 
minished. They  can  be  used  several  hours  without  exhibiting  any  polar- 
ization. The  subject  of  unpolarizable  electrodes  had  previously  received 
the  attention  of  Regnauld,  Matteucci,  and  Du  Bois-Reymond. 

Rubber  Covers  for  Conducting  Wires. — The  conducting  wires  connect- 
ing the  electrodes  with  the  apparatus  are  covered  with  silk;  they  may  be 
still  further  insulated  by  flexible  rubber.  We  have  long  been  accustomed 
to  use  these  rubber  covers,  and  are  much  pleased  with  them.  If  the  rub- 
ber is  properly  prepared  it  will  not  injure  the  silk  covering  beneath  it 
Some  electro-therapeutists  have  rubber  coverings  of  a different  color  for 
the  two  poles,  thus  affording  a ready  means  of  distinguishing  them. 

Care  of  Electrodes. — Electro-therapeutics  is  a series  of  details;  and 
among  the  more  important  of  these  details  is  the  care  of  the  electrodes. 
The  chemic  action,  even  of  the  secondary  coil,  is  sufficient  to  corrode  any 
metal  that  is  used,  except  platinum;  and  platinum  electrodes  are  rarely, 
if  ever,  used  except  in  electrolytic  operations.  The  copper  plates  used  at 
the  feet  in  general  faradization  become  more  or  less  corroded,  and  require 
occasional  cleaning  in  order  to  keep  them  bright.  All  the  general  and 
special  electrodes  of  all  kinds  require  occasional  polishing  with  sand- 
paper, emery-paper,  or  whiting.  It  is  an  advantage  to  have  the  elec- 
trodes, as  well  as  the  batteries,  nickelized,  so  as  to  reduce  corrosion  to  a 
minimum. 

The  sponges  that  are  attached  to  the  electrodes  need  to  be  fre- 
quently washed  in  warm  water,  and  those  that  are  much  used  should  be 
disinfected  with  chlorinated  solutions.  It  is  better,  however,  to  make 
delicate  and  particular  patients,  especially  ladies,  supply  their  own 
sponges.  But  a physician  who  has  a large  general  or  special  practice  will 
find  it  very  difficult,  if  not  impossible,  to  keep  a large  assortment  of  elec- 
trodes, sponges,  and  electrode  covers  always  separate;  and  hence  it  be- 
comes necessary  to  treat  many  of  the  patients  with  the  same  electrode. 

•D  1-  bJeber  die  Anwendung  unpolarisirbarer  Electroden  in  der  Electrotherapie.” 
■Berliner  klinische  Wochenschrift,  1867,  No.  89. 


296 


ELECTRO-THERAPEUTICS. 


To  meet  this  difficulty  we  devised  the  electrode  covers,  elsewhere  de- 
scribed. These  can  be  thrown  off  with  every  application  and  washed 
weekly,  like  towels.  The  expense  and  labor  of  making  them  is  so  slight 
that  some  electro-therapeutists,  after  using  them  a few  times,  cast  them 
aside  entirely.  Absorbent  cotton  is  also  most  convenient  and  useful  as 
a covering  for  electrodes,  as  well  as  inexpensive. 


CHAPTER  IX. 


LOCALIZED  ELECTRIZATION, 


The  object  of  localized  electrization  is  to  confine  the  direct  action  of 
the  current,  as  far  as  possible,  to  some  particular  part  of  the  body. 

This  is  accomplished  by  placing  electrodes  so  that  the  current,  in  pass- 
ing from  one  to  the  other,  shall  chiefly  traverse  only  that  particular  part 
that  is  to  be  affected. 

Both  currents  may  be  localized  in  this  way,  hence  the  division  of  lo- 
calized electrization  into  localized  faradization  and  localized  galvaniza- 
tion. 

The  scientific  use  either  of  localized  galvanization  or  faradization  re- 
quires as  accurate  as  possible  preliminary  diagnosis  of  the  disease. 

In  cases  of  doubt  it  is  necessary  to  electrize  in  succession  all  the  sus- 
pected localities  until  the  results  of  treatment  show  conclusively  that  we 
have  hit  upon  the  seat  of  the  disease.  Accordingly,  in  obstinate  or  doubt- 
ful cases  the  head,  the  cervical  sympathetic,  and  the  spine,  and  in  some 
instances  the  uterus  or  organs  of  the  abdomen,  are  to  be  successively  elec- 
trized. 


In  the  very  numerous  cases  of  doubt  also,  when  the  locality  of  the  dis- 
ease cannot  be  ascertained,  as  well  as  in  conditions  of  irritation  where 
electrization  of  the  seat  of  the  disease  will  not  be  borne,  peripheral  appli- 
cations alone  are  frequently  of  decided  service.  For  peripheral  applica- 
tions both  the  galvanic  and  faradic  currents  are  used ; for  central  applica- 
tions, chiefly  the  galvanic.  In  some  diseases,  as,  for  example,  locomotor 
ataxia,  in  certain  stages  it  is  better  to  treat  the  prominent  symptoms,  as, 
tor  example,  the  anaesthesia,  than  the  seat  of  the  disease  in  the  spine. 

I istrmnents for  Localized  Electrization. — In  localized  electrization  the 
same  galvanic  and  faradic  apparatus  are  used  as  in  general  electrization, 
i-or  localized  electrization  in  all  its  modifications  there  are  needed  a va- 
le  y o electrodes  of  different  shapes  and  sizes,  to  reach  the  various  local- 
ities and  accomplish  the  different  indications. 

general  forms:  the  electric  hand;  the 

linf»n  metals  and  metals  covered  with  sponge  flannel, 

*>ne^  or  chamois,  thoroughly  moistened. 

Dortin?  T ^'^radization.—llo  accomplish  dry  faradization  the 

o e skin  over  which  the  application  is  to  be  made  should  be 
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wiped  thoroughly  dry,  or,  what  is  better  still,  sprinkled  with  some  absorb- 
ing powder,  as  the  common  nursery  powder;  and  the  application  may  be 
made  with  the  dry  hand  of  the  operator,  or  with  metallic  electrodes. 

In  dry  faradization  with  the  hand  there  is  heard  a peculiar  crackling 
sound,  which  is  caused  by  the  sparks  that  take  place  as  the  current  passes 
from  different  points  of  the  hand  to  the  skin. 

When  the  dry  hand  is  used,  the  operator  passes  the  current  through  his 
own  person,  one  of  the  electrodes  applied  to  some  near  point  by  an  assis- 
tant, or  held  in  the  hand  by  the  patient  himself.  Solid  metallic  elec- 
trodes of  various  shapes  may  be  used  for  dry  electrization. 

Dry  electrization  by  the  metallic  brush  with  a strong  current,  faradic 
or  galvanic,  is  a very  painful  method  of  application,  and  is  to  be  resorted 
to  only  in  those  cases  where  there  is  profound  cutaneous  anaesthesia  or 
analgesia.  In  all  cases  where  there  is  great  sensitiveness  the  hand  is  to 
be  preferred  to  any  form  of  artificial  electrodes. 

Electric  Moxa. — The  so-called  electric  moxa  is  produced  by  using  a 
metallic  brush,  plate,  or  point,  and  one  moistened  electrode.  The  dry 
electrode  is  rapidly  touched  to  the  surface  where  the  moxa  is  to  be  made, 
while  the  other  is  kept  firmly  applied  to  some  near  and  indifferent  point. 
The  surface  of  the  skin  may  previously  be  rubbed  very  dry,  or  sprinkled 
with  some  absorbing  powder. 

The  operation  requires  a current  of  some  strength,  and  is  exceedingly 
painful.  It  is  chiefly  employed  as  a counter-irritant  in  neuralgia  asso- 
ciated with  anaesthesia,  in  which  affection  it  is  frequently  successful. 
The  electric  moxa  may  also  be  produced  by  means  of  two  metallic  brushes, 

one  of  which  is  pressed  on  the  skin. 

Electrization  with  Moistened  Electrodes.— it  is  desired  to  affect 
the  tissues  lying  beneath  the  epidermis,  it  is  better  to  use  electrodes  cov- 
ered with  sponge,  chamois,  or  flannel,  thoroughly  moistened  with  salt 
water  or  ordinary  water.* 

The  size  and  shape  of  the  electrode  employed  must  be  modified  accord- 
ing to  the  situation  and  sensitiveness  of  the  part  where  the  current  is  to 
be  localized,  and  also  by  the  sensitiveness  of  the  patient.  As  a rule 
small,  finely-pointed  electrodes  are  required  for  localized  faradization  of 
single  muscles,  larger  electrodes  for  large  muscles  or  groups  of  muscles, 
and  those  with  the  largest  surface  for  galvanization  of  the  sympathetic. 


brain,  and  spine.  _ 11,.  if 

When  the  current  is  localized  by  means  of  moistened  electrodes, 

diffuses  itself  through  the  body  between  the 

tions  The  extent  of  this  diffusion  will  be  variously  modified  by  the  si 
ation  of  the  electrodes  and  the  structure  and  relation  of  the  parts  that  he 

* In  faradhadon  we  never  or  but  rarely  use  salt  in  the  water;  in 
sometimes  a great  advantage,  because  it  overcomes  m a marked  degree 

the  skin. 
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between  them  (see  Electro-Physiology).  It  is  manifest  also  that  the 
density  of  the  current,  other  conditions  being  the  same,  will  be  greatest 
near  the  electrode  and  least  at  the  farthest  point  between  them.  The 
strength  of  the  current  being  the  same,  small  electrodes  are  more  painful 
than  those  with  a broad  surface,  and  metallic  more  than  the  wet  sponge 
or  flannel.  An  electrode  covered  with  sculptor’s  clay  is  the  least  painful 
form  of  electrode. 

Direct  and  hidirect  Electrization. — Two  general  methods  of  localized 
electrization  are  recognized — the  direct  and  the  indirect.  In  direct  elec- 
trization the  application  is  made  over  the  muscle  to  be  excited.  In  indi- 
rect electrization  the  application  is  made  to  the  nerve  which  supplies  the 
muscles.  In  the  former  method,  large  electrodes  are  preferred;  in  the 
latter,  usually  those  which  are  small  and  pointed.  The  faradic  current  is 
best  indicated  for  direct  electrization,  and  the  galvanic  for  indirect. 

The  points  where  the  motor  nerves  enter  the  muscles  are  called  “ motor 
points.”  They  have  been  carefully  demonstrated  and  located  by  Ziemssen 
and  ourselves.  ' 

Definition  of  Terms. — In  stable  applications  both  electrodes  are  kept 
in  a fixed  position. 

In  labile  applications  one  of  the  electrodes  is  moved  or  glided 
over  the  surface;  sometimes  both  of  the  electrodes  are  moved  simulta- 
neously. 

A current  is  called  continuous  when  it  is  allowed  to  flow  in  one  direc- 
tion without  interruption.  Only  the  galvanic  current  can  be  continuous, 
since  the  faradic  is  always  in  a condition  of  interruption. 

A current  is  called  interrupted  when  it  is  broken  by  removing  one  of 
the  electrodes,  or  by  some  form  of  current-breaker  in  the  electrode,  or  by 
any  method  of  breaking  the  circuit.  The  faradic  current  is  always  inter- 
rupted by  its  rheotome,  but  it  may  be  still  further  interrupted  by  removing 
one  of  the  electrodes. 

A current  is  called  uniform  when  it  remains  of  the  same  strength  dur- 
ing the  applications  of  the  electrodes. 

A current  is  called  by  us  increasing.,  when  its  strength  is  gradually 
augmented  during  the  applications.  This  method  possesses  a great  ad- 
vantage in  treating  conditions  of  irritation  and  inflammation.  It  may  be 
used  with  both  galvanization  and  faradization.  A much  more  powerful 
current  can  be  borne  when  its  strength  is  gradually  increased  than  when 
It  is  suddenly  let  on  in  full  force  with  the  first  closure  of  the  circuit,  as  is 
very  often  done.  A current  which  when  suddenly  closed  may  cause  un- 
bearable pain,  and,  when  applied  near  the  nerve-centres,  may  induce  dizzi- 
ness and  faintness,  may  oftentimes  be  borne  without  discomfort  and  with 
positive  advantage  if  it  is  gradually  increased  from  a very  mild  current. 
With  the  faradic  current  a mild  aneesthesia  is  produced. 

Increasing  currents  are  indicated  in  applications  to  the  brain,  sympa- 
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thetic,  spinal  cord,  the  eye  and  ear,  urethra,  inflamed  joints,  and  to  all 
conditions  of  great  irritation  in  any  part  of  the  body. 

All  faradic  apparatus  are  constructed  so  that  the  current  can  be  gradu- 
ally increased.  To  gradually  increase  the  galvanic  current,  a rheostat  of 
some  kind  is  needed.  The  galvanic  current  can  also  be  increased  by  an 
arrangement  that  gradually  adds  to  the  number  of  elements  without  inter- 
rupting the  current,  or  when  a sponge  electrode  is  used,  by  slowly  increas- 
ing the  pressure. 

The  term  voltaic  alternatives  is  applied  to  those  applications  in  which 
the  direction  of  the  current  is  reversed  continually,  while  the  electrodes 
are  kept  firm.  The  current-reverser  is  a very  convenient  instrument  for 
producing  voltaic  alternatives. 

For  electrization  of  muscles,  labile  or  stable  interrupted  currents  are 
preferred.  For  electrization  of  the  head,  spinal  cord,  sympathetic,  and 
nerve-tracts  and  plexuses,  stable  continuous  currents  are  indicated,  and 
these  again  may  be  either  uniform  or  increasing.  Labile  or  stable  inter- 
rupted currents  are  best  adapted  to  produce  muscular  contractions,  and 
cause  most  potent  puysical  and  mechanical  effects,  while  stable  continu- 
ous currents,  whether  uniform  or  increasing,  produce  the  strongest  electro- 
lytic or  catalytic  action. 

In  cases  where  the  electro-muscular  contractility  is  not  greatly  dimin- 
ished, it  is  an  advantage  to  use  electrodes  with  a broad  surface,  since 
thereby  several  motor  points  may  be  influenced  simultaneously,  together 
with  a considerable  extent  of  muscular  tissue,  and  because  they  are  less 
painful  than  small  electrodes.  In  such  cases  the  faradic  current  is  pref- 

When  the  electro-muscular  contractility  is  very  greatly  diminished,  as 
so  frequently  happens  in  paralysis,  contractions  are  best  produced  by 
small,  finely-pointed  electrodes,  applied  at  the  motor  points  of  the  indi- 
vidual muscles;  yet  even  here  electrodes  of  moderate  size  are  usually 
preferable.  Such  cases  often  require  the  galvanic  current. 

Details  oj  Applications  of  Localized  Electrization. 


Galvanization  of  the  Central  Nervous  System.— is  necessary  to  bear 
in  mind  at  the  outset  that  to  produce  effects  on  the  brain,  spinal  cord,  an 
sympathetic,  the  galvanic  current  is  preferable  to  the  faradic,  although 
the  faradic  current  certainly  affects  the  nerve-centres  reflexly,  if  m no 

of  the  maybe  electrized  ™ 

of  ways,  according  to  the  supposed  seat  of  the  disease.  One  pole  may  te 
placed  on  the  forehead  and  the  other  on  the  occiput;  or  both  poles  may  be 
placed  over  the  ears,  or  on  the  mastoid  processes.  Another  method  wh  c 
L frequently  adopt  is  to  place  the  positive  pole  on  the 
supposed  organ  of  firmness,  and  the  other  at  the  occiput,  orundei  the  chin. 
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To  affect  the  base  of  the  brain,  the  electrodes  may  be  placed  on  or  be- 
hind the  mastoid  processes.  To  confine  the  action  to  one  side  of  the 
brain,  one  electrode  may  be  placed  on  the  forehead,  over  the  eye,  and  the 
other  on  the  mastoid  process  of  the  same  side.  The  patient  may  hold  one 
of  the  poles  in  the  hand.  Still  another  method  less  used  is  to  place  an 
electrode  on  each  temple. 

Less  dizziness  is  caused  if  the  current  is  opened  and  closed  with  the 
positive  than  with  the  negative  pole.  It  is  well,  therefore,  to  first  apply 
the  negative  pole. 

Less  dizziness  is  caused  when  the  current  flows  through  one  side  of 
the  head,  or  from  the  forehead  to  the  occiput,  than  when  it  is  sent  from 
one  side  to  the  other,  through  the  mastoid  processes. 

The  use  of  some  kind  of  a rheostat,  so  as  to  avoid  interrupting  the  cur- 
rent or  giving  sudden  “ shocks”  on  closing  and  opening,  is  almost  indis- 
pensable in  electrizing  the  brain  and  neck.  With  regard  to  the  direction 
of  the  current,  it  is  usually  better  to  place  the  negative  pole  nearest  the 
neck,  and  the  positive  pole  nearest  the  forehead.  But  this  rule  is  liable 
to  many  exceptions,  and  each  case  must  be  studied  by  itself. 

Interruption  of  the  current  produces  flashes  of  light  through  irritation 
of  retina,  and  dizziness,  which  with  many  is  exceedingly  disagreeable  and 
may  prove  harmful.  If  the  application  is  too  long  continued,  headache 
and  insomnia  and  general  malaise  may  result.  Patients  whom  a short  ap- 
plication through  the  head  benefits  are  sometimes  injured  when  the  seance 
is  protracted.  Galvanization  of  the  head  should  be  made  with  broad  elec- 
trodes, with  a stable  current,  which  may  be  either  uniform  or  increasing, 
and  should  not  exceed  from  one-half  a minute  or  three-quarters  of  a min- 
ute, to  five  or  ten  minutes,  and  with  a current  strength  varying  from  one 
to  fifteen  or  twenty  milliamperes. 

In  a general  way,  it  may  be  said  that  a strength  of  current  is  indicated 
that  can  be  borne  without  special  pain  or  discomfort  to  the  patient. 

Galvanization  of  the  Cervical  Syi7ipathetic. — The  portion  of  the  sympa- 
thetic to  which  galvanization  is  chiefly  directed  for  therapeutic  purposes 
is  the  cervical,  although  the  cephalic,  thoracic,  and  abdominal  ganglia  are 
unquestionably  affected  by  it,  though  not  with  so  specific,  demonstrable, 
and  immediate  results. 

There  are  a number  of  methods  by  which  the  superior,  middle,  and  in- 
ferior cervical  ganglia  may  be  demonstrably  affected  by  the  galvanic  cur- 
rent. 

1.  One  electrode  with  an  oblong  extremity  is  placed  just  below  the 
auriculo-maxillary  fossa,  while  the  other  with  a larger  surface  is  applied 
over,  or  by  the  side  of  the  sixth  and  seventh  cervical  vertebrce  (see  Fig.  96). 

The  second  electrode  may  also  be  applied  at  any  point  along  the  spine, 
from  the  occiput  to  the  coccyx.  It  is  by  this  method  that  diplegic  con- 
tractions are  usually  produced  with  most  success. 
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2.  The  first  electrode  being  placed  as  before,  in  the  auriculo-maxil- 
lary  fossa,  the  other,  with  a surface  of  moderate  diameter,  is  applied  just 
above  the  manubrium  sterni,  by  the  side  of  the  stemo-cleido-mastoid 
muscle  (see  Fig.  97). 

The  second  electrode  may  also  be  applied  higher  up  in  the  neck,  oppo- 
site the  middle  cervical  ganglion. 

The  above  are  the  two  methods  which  have  been  most  frequently  em- 
ployed. Other  methods  are  the  following : 

3.  The  first  electrode  being  placed  as  before,  the  other  may  be  applied 


Fig.  96. — Galvanization  of  the  Cervical  Sympathetic. 


on  the  shoulder,  elbow,  or  in  the  hand  of  the  opposite  side,  or  in  the 

4.  Both  sides  may  be  galvanized  simultaneously,  by  placing  an  elec- 
trode over  the  mastoid  processes.  ^ 

5.  One  electrode  is  placed  just  above  the  manubrium  stenii,  and  the 

other  at  any  point  down  the  spine. 

6.  One  electrode  is  placed  over  the  sixth  and  seventh  cervical  veHe- 
brs,  and  the  other  over  the  brachial  plexus,  at  the  pit  of  the  stomach,  just 
above  the  manubrium  sterni,  in  either  hand,  or  at  the  feet. 

In  all  these  methods  either  direction  of  the  current  may  be  used,  ac- 
cording to  the  effects  desired. 

Applications  to  the  sympathetic  should  be  made  from  one  to  ten  mm- 
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iites,  and  with  a current  strength  of  from  five  to  fifty  milliamperes,  accord- 
ing to  the  position  and  size  of  the  electrodes  and  individual  susceptibil- 
ity. Several  methods  may  be  tried  at  a single  sitting  in  cases  where  the 
applications  are  well  borne. 

Bearing  in  mind  that  in  all  such  attempts  to  galvanize  the  cervical 
sympathetic,  the  pneumogastric  and  spine  must  be  more  or  less  influenced, 
the  general  indications  for  the  use  of  this  method  of  treatment  to  which 
experience  would  seem  to  point  are  these: 


FtG.  97.— Galvanization  of  the  Cervical  Sympathetic,  including  the  Pneumogastric. 

1.  Cerebral  anemia  and  hypermmia.  These  conditions  are  associated 
'vit  and  are  a part  of  a large  variety  of  diseases.  Insomnia,  hemiplegia, 
tic  ouloureux,  many  diseases  of  the  eye  and  ear,  as  neuro-retinitis,  ner- 
vous deafness,  and  tinnitus  aurium,  are  all  more  or  less  associated  with 
cere  ral  anaemia,  hyperaemia,  and  all  have  been  treated  by  galvanization 
of  the  cervical  sympathetic,  with  more  or  less  success. 

2.  Disorders  of  the  vaso-motor  nerve.  Under  this  head  may  be  includ- 
c some  cases  of  deficient  circulation,  cutaneous  hyperaesthesia,  certain 
< iseases  of  the  skin,  and  exopthalmic  goitre. 

3.  Functional  diseases  of  the  digestive  and  genital  apparatus.  Gal- 
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vanization  of  the  sympathetic  in  these  conditions  seems  to  work,  partly  at 
least,  by  reflex  action,  and  partly,  also,  by  the  influence  which  the  spinal 
cord  and  pneumogastric  receive  during  the  applications. 


It  is  scarcely  necessary  to  remark  that  the  exclusive  use  of  galvaniza- 
tion of  the  cervical  sympathetic 
is  indicated  only  in  exceptional 
cases.  It  is  to  be  employed  in 
connection  or  alternation  with 
general  faradization  and  galvani- 
zation of  the  brain,  spinal  cord, 
and  periphery.  A noteworthy  ad- 
vantage of  this  method  of  treat- 
ment in  those  cases  for  which  it 
is  of  service  is  the  comparatively 
short  time  required  for  its  em- 
ployment. 

The  objection  that  galvaniza- 
tion of  the  cervical  sympathetic 
is  a dangerous  procedure  will  be 
considered  in  the  chapter  on  cen- 
tral galvanization. 

Gah’anizafion  of  the  Spine. — 
The  spine  may  be  electrized  by 
placing  one  electrode  at  the  occi- 
put, and  the  other  at  the  coccyx. 
One  of  the  electrodes  may  be 
kept  in  situ,  while  the  other  is  slowly  passed  up  and  down  the  entire 
length  of  the  cord.  Kither  pole  may  be  passed  up  and  down  in  this  way 
according  to  the  elTect  desired. 

The  current  may  also  be  local- 
ized in  any  part  of  the  spine  that 
may  be  required,  by  giving  the 
electrodes  the  proper  position. 

With  electrodes  of  soft  sponge  or, 
better  still,  of  sculptor’s  clay,  a 
current  strength  of  fifty  milliam- 
peres  can  in  many  cases  be  given 
without  special  pain.  The  appli- 
cations should  be  sensitively  felt 

like  a gentle  mustard  plaster,  but  gg.— Muscular  Faradization  with  Metallic 

should  not  be  excessively  painful.  Electrodes  (Duchenne). 

like  a blister. 

Electrization  of  Plexuses,  Nerves,  and  Muscles.— nerves,  and 
muscles  are  treated  by  both  currents. 


FlO.  q8.— Faradization  of  the  Facial  Nerve  and 
Muscles.  Eyelid  firmly  Closed  and  Mouth 
drawn  to  one  side. 
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One  electrode  may  be  applied  to  a plexus  and  the  other  to  one  of  its 
branches,  or  to  a muscle  or  group  of  muscles.  . Both  electrodes  may  be 


Pio. 


ization  of  Popliteal  Nerve  and  Peroneal  Muscles.  Foot  brought  upward  and 
outward. 


ppied  to  the  nerve,  or  one  to  the  nerve  and  the  other  to  a muscle;  or 
o may  be  applied  to  a muscle  or  group  of  muscles.  All  these  applica- 
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tions  may  be  made  either  with  or  without  regard  to  the  direction  of  the 
current,  and  different  methods  may  be  tried  at  the  same  stance. 

In  all  the  positions  described  in  the  above  cuts,  contractions  should  be 
produced  with  mild  faradic  currents,  when  the  electrodes  are  in  the  posi- 
tion represented.  If  very  strong  currents  are  necessary  or  no  contractions 
are  possible,  the  muscles  are  in  a condition  of  disease. 

Peripheral  applications  are  indicated  where  the  disease  is  purely  of  a 
peripheral  character ; the  partly  central  applications  are  indicated  where 
the  disease  is  of  a central  origin. 

Labile  interrupted  applications  are  indicated  where  it  is  desired  to 
produce  mechanical  effects  or  muscular  contractions,  as  in  anaesthesia  and 
paralysis. 

Stable  continuous  application  are  indicated  where  it  is  desired  to  pro- 
duce electrotonic,  cheinic,  or  catalytic  effects,  as  in  neuralgia. 

Benedikt*  makes  the  following  somewhat  over-refined  subdivisions  of 
the  methods  of  galvanization  of  the  centre  and  periphery: 

Spinal-cord  current : both  poles  are  placed  on  the  spine,  either  near 
together,  or  at  some  distance  from  each  other. 

Spinal-cord-root  current:  one  pole  is  placed  on  the  spine,  and  the 
other  is  passed  up  and  down  by  the  sides  of  the  vertebrae. 

Spinal-cord-plexus  current:  one  pole  is  placed  on  the  spine,  and  the 

other  on  a plexus  of  nerves. 

Spinal-cord-nerve  current:  one  pole  is  placed  on  the  spine,  and  tie 


other  on  a nerve. 

Spinal-cord-muscle  current:  one  pole  is  placed  on  the  spine  and  tie 
other  on  a muscle. 

Plexus-nerve  current:  one  pole  is  placed  on  a plexus  of  nerves  an 
the  other  on  a nerve. 

Nerve-muscle  current:  one  pole  is  placed  on  a nerve  and  the  other  on 

a muscle.  . . 

These  currents  may  be  either  stable  or  labile,  continuous  or  inter- 
rupted, uniform  or  increasing. 

The  method  of  electrizing  the  eye,  ear,  nose,  larynx,  oesophagus,  heart, 
UinKS,  stomach,  liver,  kidneys,  spleen.  Intestines,  rectum,  bladder,  male 
and  female  organs  of  generation,  will  be  described  in  the  chapters  devoted 

to  diseases  of  these  organs.  , , i Ac 

The  method  of  electrizing  individual  nerves  and  muscles  has  been  de- 
scribed and  illustrated  in  the  chapter  on  electro-therapeutic  anatomy. 

Effect  of  Current  Modified  by  the  Length  of  Apphcation.-^\^^ 
tions  and  the  effects  of  electric  applications  are  considerably  modified  by 
the  length  of  time  that  the  electrodes  are  kept  in  position,  "'hen  the 
faradic  current  is  first  applied  to  the  skin,  it  causes  a stinging,  packing 


* Op.  cit.,  p.  56- 
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sensation,  perceptibly  strongest  at  the  negative  pole ; if  the  electrodes  are 
kept  in  position  the  sensation  may  gradually  diminish,  and  the  parts  will 


FlO.  103. — Spinal-cord-median  nerve  current. 

become  very  slightly  benumbed,  and  if  now  the  strength  of  the  current  be 
gradually  increased,  little  or  no  additional  pain  is  caused.  If  the  current 


Fig.  102. — Spinal-cord-brachial  plexus  current. 
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is  at  first  very  strong,  it  cannot  be  borne  long  enough  to  produce  this  be- 


numbing effect. 

When  the  galvanic'current  is  first  applied  to  the  skin  it  causes  no  sen- 
sation or  scarcely  any,  unless  it  be  very  strong  or  is  directed  over  or  near 
a motor  nerve ; if  the  electrodes  are  kept  in  position  for  a few  seconds,  a 
slight  burning  sensation  is  felt  at  both  poles,  but  strongest  at  the  nega- 
tive. This  burning  sensation  increases  quite  rapidly  until  the  sensation 
it  causes  is  like  that  of  a strong  mustard  plaster,  or  hot  iron,  and  becomes 
unendurable.  The  benumbing  effect  of  the  faradic  current  is  not  experi- 
enced. This  increase  of  the  pain  under  the  galvanic  current  is  due  to 
two  causes — the  moistening  of  the  skin  through  the  moisture  of  the  elec- 
trode, so  that  it  becomes  a better  conductor  of  electricity,  and  the  special 
chemic  action  of  the  poles.  This  increased  conductivity  of  the  skin  is  the 
partial  if  not  complete  e.xplanation  of  the  fact  that  the  muscles  contract 
under  a feebler  current  after  the  electrodes  have  been  some  time  in  one 
place.  It  is  not  impossible,  however,  that  the  nerves  or  muscles  may  be 
so  stimulated  by  the  current  as  to  contract  more  readily  than  before  stim- 
ulation. 

The  reverse  proposition,  that  strong  currents  used  for  a long  time  en- 
feeble the  nerves  and  muscles  so  that  they  respond  less  readily  to  the 
current,  is  certainly  true,  and  is  easy  of  demonstration,  especially  in  cases 
of  facial  paralysis.  For  this  reason,  prolonged  applications  frequently  do 

more  harm  than  good. 

Effects  of  Localized  Electrization. — Localized  electrization  has  to  a lim- 
ited extent  the  same  direct  effect  on  the  part  to  which  the  application  is 
made  that  general  electrization  has  on  the  whole  body.  It  acts  as  a locally 


stimulating  tonic.  . ry 

Jmproveincnt  in  J^ocal  Nutrition  the  Leading  Effect  of  Localized  Elec- 
trization.—leading  and  general  effect  of  localized  electrization,  and  one 
which  is  a complex  result  of  the  various  special  effects,  is  improvement  m 

local  nutrition.  . , . 1 

Localized  electrization  of  an  atrophied  or  poorly  nourished  muscle 

causes  that  muscle  to  improve  in  size  and  strength ; localized  electrization 
of  an  atrophied  or  poorly  nourished  organ,  as  the  uterus,  causes  it  to  in- 
crease in  size  and  improve  in  functional  activity. 

Localized  electrization  of  any  part  of  the  cerebro-spinal  system  im- 
proves the  nutrition  of  that  part,  and  as  a result  the  whole  body,  over 
which  the  cerebro-spinal  system  presides,  may  improve  m nutrition 
Thus  localized  may  indirectly  have  some  of  the  same  effects  as  general 
electrization.  Similarly,  also,  as  we  descend  from  the  centre  [ 

periphery  electrization  of  any  nerve  branch  or  plexus  improves  the  nut 
Lnf  not  only  of  the  nerve  acted  on,  but  also  of  its  various  branches  and 

of  the  muscles  and  organs  that  it  supplies.  _ lareer; 

When  the  nutrition  of  an  atrophied  part  is  improved  it  grows  laige  , 
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when  the  nutrition  of  a hypertrophied  part  is  improved  it  grows  smaller. 
The  same  treatment  that  makes  a flabby  muscle  increase  in  size  causes  a 
goitre  to  diminish  in  size.  These  opposite  effects  of  the  local  use  of  elec- 
tri  ity,  though  apparently  inconsistent,  are  yet  quite  consistent  (see  Elec- 
tro-Physiology, and  Electro-Surgery,  chapter  on  Tumors). 

The  special  effects  of  localized,  unlike  those  of  general  electrization, 
cannot  be  broadly  stated  or  classified,  for  the  obvious  reason  that  they 
must  so  largely  depend  on  the  locality  to  which  the  application  is  made. 

Although  applications  to  the  central  nervous  system  are  sometimes 
followed  by  mild  and  limited  degrees  of  the  primary,  secondary,  and  per- 
manent effects  that  result  from  general  faradization  or  central  galvaniza- 
tion, yet  the  cases  where  the  full  order  of  these  effects  is  so  marked  and 
decided  as  to  be  observed  are  comparatively  unfrequent. 

Applications  to  the  brain  and  sympathetic  system  may  be  followed 
primarily  by  relief  of  pain,  slight  exhilaration,  a feeling  of  warmth  or 
somnolence;  secondarily  by  fatigue,  headache,  or  soreness  of  the  muscles, 
or  exacerbation  of  the  morbid  symptoms;  and  permanently  by  improvement 
in  sleep,  strength,  and  capacity  for  labor. 

But  this  order  of  effects  from  localized  electrization  is  exceptional, 
even  from  applications  made  to  the  head.  More  frequently  the  permanent 
effects  are  experienced  without  the  primary,  or  perhaps  both  the  perma- 
nent and  secondary,  and  sometimes  only  the  latter. 

Yet  none  of  these  constitutional  effects,  in  whatever  order  they  may 
occur,  are  experienced  to  the  extent  that  is  derived  from  general  faradi- 
zation. 

The  agreeable  symptoms  which  are  most  frequently  observed  after 
localized  applications  to  the  nerve-centres  are  disposition  to  sleep,  relief 
of  headache  or  other  pain,  and  occasionally  slight  exhilaration. 

Sometimes  the  beneficial  results  of  electrization  of  paralyzed  muscles 
follow  immediately  after  the  application.  The  patient  is  conscious  of  an 
ability  to  use  the  muscles  treated  with  greater  ease  and  freedom.  This 
improvement  may  be  merely  temporary,  or,  as  is  more  frequently  the  case, 
partial  relapses  occur,  leaving  a certain  amount  of  permanent  benefit. 
Immediate  relief  of  neuralgic  pain,  and  of  the  reverse  condition,  anses- 
thesia,  may  follow  localized  as  well  as  general  electrization.  The  tempo- 
rary relief  of  the  neuralgia  may  be  complete,  while  that  of  an£esthesia  is 
usually  only  partial  and  limited.  In  both  conditions  the  evil  symptoms 
may  recur,  or  a certain  amount  of  permanent  benefit  may  remain. 

Among  the  disagreeable  symptoms  are  dizziness,  heaviness,  oppres- 
sion, headache,  soreness  in  the  muscles,  exhaustion,  and  indefinable  ner- 
vousness. 

These  disagreeable  symptoms  are  most  likely  to  result  from  applica- 
tions that  have  been  either  too  severe  or  too  protracted  for  the  condition 
of  the  patient;  and  yet  they  should  by  no  means  excite  alarm,  since  they 
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often  accompany  the  most  successful  results.  These  unpleasant  symptoms 
are  more  likely  to  follow  the  use  of  the  galvanic  current  than  the  faradic, 
especially  when  the  applications  are  protracted.  The  opinion  that  has 
been  expressed  by  certain  writers,  that  the  head  is  more  likely  to  be 
unpleasantly  affected  by  the  faradic  than  the  galvanic  current,  is  not 
sustained  by  experience.  The  phenomena  of  dizziness,  heaviness,  etc., 
frequently  experienced  after  even  a very  short  application  to  the  head,  are 
but  rarely  observed  when  the  faradic  current  is  employed. 

Applications  of  localized  electrization  to  individual  muscles  or  groups 
of  muscles  rarely  give  rise  to  any  constitutional  symptoms  whatever,  un- 
less the  electrodes  are  placed  on  or  near  the  head. 

The  special  effects  of  localized  electrization  of  special  organs,  as  the 
eye,  ear,  larynx,  stomach,  liver,  intestines,  uterus,  ovaries,  bladder,  etc., 
will  be  described  in  the  chapters  devoted  to  the  treatment  of  the  diseases 
of  these  organs. 

Absolute  Localization  of  Electricity  Ifufossible. — It  should  be  considered 
that  exclusive  and  absolute  localization  of  the  effects  of  electrization  is 
impossible.  The  effects  of  both  currents  extend,  either  directly  or  by  re- 
flex action,  to  parts  beyond  the  circuit.  This  is  demonstrated,  not  only 
by  physiologic  experiments,  but  by  the  observed  facts  of  clinical  exper- 
ience. Thus  it  is  observed,  in  some  irritable  conditions,  that  galvaniza- 
tion of  the  spine,  and  even  of  the  extremities,  causes  a metallic  taste;  that 
galvanization  even  of  the  hands  or  feet  sometimes  hastens  or  increases 
the  menstrual  discharge,  relieves  headache,  and  produces  sleep.  The 
same  effects  to  a less  degree  are  sometimes  observed  from  faradization. 

Some  of  the  illustrations  of  this  fact  are  quite  striking.  Thus  in  the 
case  of  a woman,  the  wife  of  a physician,  whom  we  were  treating  by  fara- 
dization of  the  shoulder  for  rheumatism,  the  menstrual  flow  was  so  much 
increased  and  prolonged  that  it  was  necessary  to  abandon  the  treatment, 
although  only  very  mild  currents  and  short  applications  were  used. 

In  the  case  of  a lady  whom  we  were  treating  for  sciatica,  by  localized 
galvanization  of  the  painful  portion  of  the  nerve,  the  pain  was  decidedly 
relieved,  but  the  effect  was  to  bring  on  a recurrence  of  the  menses  after 
they  were  suspended,  so  that  the  patient  was  nearly  all  the  time 
menstruating. 

These  illustrations  are  extreme  and  comparatively  rare,  but  they  serve 
to  show  clearly  enough  that  the  effects  of  electrization  cannot  well  be  local- 
ized to  the  points  between  the  electrodes,  and  that  other  and  distant  parts 

must,  of  necessity,  be  more  or  less  affected.  _ 

The  term  localized  electrization,  introduced  by  Duchenne,  is  therefore, 
strictly  speaking,  a misnomer,  since  we  are  taught  by  physics  that  the 
vibrations  of  the  electric  force  must  diffuse  themselves  in  various  direc- 
tions and  at  a considerable  distance  from  the  electrodes,  and  we  are 
taught  by  clinical  experience  that  the  effects  of  electrization,  however  near 
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together  the  electrodes  may  be  placed,  are  not  entirely  confined  to  the 
points  between  or  near  the  electrodes,  but  may  be  felt,  and  in  some  in- 
stances far  more  demonstrably,  in  distant  parts  and  organs. 

To  the  use  of  the  term  localized  electrization  there  is  no  objection, 
provided  it  be  used  understandingly,  and  with  the  idea  that  it  is  merely 
a term  of  convenience.  The  term  local  electrization  is  often  used  synony- 
mously with  localized  electrization,  and  for  the  reasons  here  suggested 
is  preferable  to  it.  Localized  electrization  has  the  advantage  of  being 
first  in  the  field,  and  has  become,  to  a certain  extent,  consecrated  by  usage. 


CHAPTER  X. 

GENERAL  FARADIZATION. 

The  object  proposed  in  general  faradization  is  to  bring  every  portion  of 
the  body  under  the  influence  of  the  faradic  current,  so  far  as  is  possible, 
by  external  applications.  This  is  best  accomplished  by  placing  one  pole 
(usually  the  negative)  at  the  feet  or  the  coccyx,  while  the  other  is  applied 
over  the  surface  of  the  body. 

The  faradic  is  the  current  which  is  almost  exclusively  employed  in 
general  electrization,  and  for  that  reason  the  directions  and  explanations 
given  in  this  section,  with  the  exceptions  that  will  be  noted,  apply  mainly 
and  specially  to  general  faradization.  Since  the  discovery  of  central  gal- 
vanization, to  be  hereafter  described,  we  have  discarded  the  term  general 
electrization,  and  substituted  general  faradization,  for  the  reason  that  the 
galvanic  current  is  preferably  used  in  the  form  of  central  galvanization. 

In  the  majority  of  cases  it  is  more  convenient  and  satisfactory  to  have 
a sheet  of  copper  at  the  feet.  This  position  is  indeed  the  rule  in  general 
faradization.  The  broad,  callous  soles  of  the  feet  are  but  slightly  sensi- 
tive, and  will  bear  a stronger  current  than  any  other  portion  of  the  surface 
of  the  body,  but  the  passage  of  electricity  through  the  ankles  causes 
vigorous  contractions  of  the  flexors  and  extensors,  which,  when  the  cur- 
rent is  very  strong,  may  be  somewhat  painful.  Accordingly,  when  the 
patient  is  peculiarly  nervous  and  sensitive,  or  when  a current  of  unusual 
strength  is  to  be  employed,  and  in  all  cases  where  a stronger  application 
is  desired  than  can  be  borne  through  the  ankles,  or  when  it  is  desired  to 
save  time  or  inconvenience,  it  is  advisable  to  have  the  patient  sit  on  the 
plate,  or  a sponge  electrode  with  a broad  surface  may  be  applied  to  the 
coccyx. 

In  general  faradization,  as  in  localized,  the  currents  may  be  stable 
(stationary)  or  labile  (moving),  uniform  or  increasing. 

Increasing  currents  are  adapted  for  certain  important  centres,  as  the 
head,  spine,  cervical  sympathetic,  and  cilio-spinal  and  epigastric  regions. 
The  advantage  of  this  method  of  application  is  that  it  allows  the  use  of  a 
stronger  current  than  will  otherwise  be  borne;  the  strength  of  the  current 
may  be  so  very  gradually  increased  that  the  increase  within  certain  limits 
may  be  almost  imperceptible  to  the  patient.  This  arises  partly  from  the 
fact  that  the  current  has  a slight  benumbing  or  anaesthetic  effect  (see 
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Electro-Physiology,  and  partly  from  the  fact  that  by  a gradual  increase 
of  the  strength  of  the  current  the  patient  is  spared  the  shock  that  is  expe- 
rienced when  a strong  current  is  suddenly  directed  through  sensitive  por- 
tions of  the  body. 

Labile  and  interrupted  currents  are  adapted  for  the  muscles,  especially 
of  the  extremities. 

General  faradization  is  very  far  from  being  so  easy  a process  as  it 
might  appear  from  this  brief  description.  Its  successful  employment 
requires,  on  the  part  of  the  operator,  some  mechanical  dexterity,  entire  fa- 
miliarity with  the  instruments  required,  a complete  knowledge  of  electro- 
therapeutic  anatomy;  a personal  acquaintance  with  the  sensations  and 
behavior  of  all  portions  of  the  body  under  the  different  electric  currents; 
close  and  patient  study  of  the  diseases  and  morbid  conditions  in  which  it 
is  indicated,  and  of  their  response  to  faradization.  There  are  those  who 
by  long  practice  are  enabled,  when  necessary,  to  readily  manipulate  any 
portion  of  the  body  with  either  hand,  while  there  is  passing  through 
them  a current  so  powerful  as  to  keep  many  of  the  principal  muscles  of 
the  arms  in  a state  of  contraction.  This  qualification,  however,  though 
convenient,  is  not  indispensable. 

On  the  side  of  the  patient,  success  in  the  use  of  general  faradization  re- 
quires something  of  the  same  patience  and  perseverance  that  are  conceded 
to  be  necessary  for  success  in  the  use  of  any  other  form  of  electric 
treatment. 

Nothing  is  more  difficult  than  to  fully  and  accurately  describe  in 
■\\ords  an  operation  that  in  its  very  nature  demands  actual  sight  and  expe- 
rience. The  true  method  of  learning  the  art  of  general  faradization  is  by 
repeated  observations  of  its  application  to  the  living  subject,  by  personal 
experience  of  its  sensations  and  results  at  the  hands  of  practised  adepts, 
and  by  long  and  various  experimenting  on  diverse  temperament,  and  in 
opposite  states  of  disease.  We  shall  endeavor,  however,  to  present  the 
best  possible  substitute  for  a course  of  private  lessons  or  extended  clinical 
observation  in  this  department,  by  answering  in  detail  the  practical  ques- 
tions that  naturally  present  themselves  to  one  who  approaches  the  subj>ect 
ab  initto,  and  who  has  no  opportunity  for  personal  interviews  with  those 
to  whom  the  various  steps  of  the  operation  have  become  already  familiar. 

J osition  of  the  1 atient.  The  patient  should  be  seated  on  an  ordinary 
stool,  with  his  face  toward  the  instrument,  and  his  feet  on  the  sheet  of 
copper  to  which  the  negative  pole  is  attached.  Any  chair  that  has  a back 
somewhat  interfere  with  the  manipulations  of  the  operator. 

Those  patients  who,  through  paralysis  or  debility,  are  unable  to  sit  up 

, ^n  receive  the  treatment  while  lying  in  bed  or  on  a lounge.  In  such 

feT^f  ^ be  placed  upright  against  a pillow,  and  the 

o t e patient  pressed  against  it,  or  an  electrode  may  be  placed  at  the 
cc>x.  Assistance  will  then  be  required  to  turn  the  patient  when  the  ap- 
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plication  is  made  to  the  back  and  spine,  but  in  such  cases  partial  appli- 
cations are  frequently  all  that  are  required. 

Infants  and  very  feeble  or  very  timid  children  should  be  held  in  the 
lap  of  the  mother  or  nurse,  while  an  assistant  holds  the  sponge  to  the 
coccyx. 

While  the  application  is  being  made  to  the  lower  limbs  it  is  well  for 
the  patient  to  stand,  in  order  that  the  operator  may  have  access  to  the 
gluteal  regions  and  the  posterior  and  anterior  surface  of  the  thigh. 


FIG,  io4.-General  Faradi/.ation.  Application  to  the  head  by  the  hand  of  ^ 

in  this,  as  in  all  of  the  cuts  of  general  faradir.aUon.  for  conven  ence 
the  patient  is  represented  without  any  covering  In  the 
protected  by  a shawl  or  wrapper,  and  frequently  the  underclothing 


Position  of  the  While  making  applications  to  the  trunk,  the 

operator  may  either  stand  or  sit  by  the  side  of  the  patient,  conveniently 
near  to  the  table,  on  which  are  placed  the  apparatus,  electrode^  sponges 
bowl  of  water,  and  other  appliances  that  may  be  called  for  during  th 


While  operating  on  patients  taller  than  himselj  the  operator  will  find 
it  easier  to  stand,  especially  while  treating  the  head  and 
the  trunk.  While  treating  short  patients  the  operator  will  find  .t  le 
atiguing  to  sit  in  a chair.  Most  operators  will  find  it  very  convenient  to 
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change  their  position  from  a sitting  to  a standing  posture,  or  from  one  side 
of  the  patient  to  the  other,  while  making  the  applications  to  the  various 
parts  of  the  trunk. 

Minor  Apparatus. — Electrodes,  sponges,  and  copper  plate. 

The  best  electrode  for  the  pole  that  is  applied  over  the  patient  is  a 
brass  ball  of  about  one  inch  in  diameter. 

Around  this  brass  ball  should  be  loosely  folded  a soft  wet  sponge,  of 
about  six  inches  in  diameter.  This  is  found,  by  experience,  to  be  by  far 


KIG.  los.— General  Faradization.  Application  to  the  spine.  The  hand  of  the  operator  is  on 
the  metallic  tube,  in  a position  to  increase  or  diminish  the  current  as  may  be  needed. 


the  most  convenient  form  of  artificial  electrode  that  can  be  devised. 
Next  to  the  moistened  hand  of  the  operator  it  is  the  most  agreeable  to  the 
patient  of  any  shape  or  quality  of  electrode.  The  sponge  can  be  pressed 
or  folded  over  the  brass  oall  so  as  to  make  a comparatively  small  electrode, 
or  its  entire  surface  may  be  applied. 

When  the  operator  allows  the  current  to  pass  through  his  own  person, 
and  uses  his  hand  as  an  electrode,  holding  the  sponge  and  ball  in  his 
other  hand,  he  can  modify  the  application  to  any  degree  of  strength  or 
mildness  that  he  may  desire,  by  simply  increasing  or  diminishing  the  pres- 
sure of  his  hand  or  fingers  on  the  sponge.  Used  in  this  way  the  sponge 
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holding  the  water  acts  like  a hydro-rheostat.  When  it  is  necessary  that 
the  application  should  be  particularly  gentle  and  cautious,  it  is  well  to 
rest  the  ball  and  sponge  on  the  table  and  to  begin  the  treatment  by  first 
pressing  one  hand  firmly  over  the  part  desired  to  be  aftected,  and  with 
the  other  lightly  and  delicately  touching  the  sponge,  at  first  with  one  fin- 
ger, then  with  two,  three,  and  four  successively,  and  finally  with  the  whole 
hand,  thus  giving  a very  gradually  increasing  current.  An  electrode 
where  the  sponge  is  covered  at  the  back  with  rubber,  is  very  convenient 
for  general  faradization. 

A piece  of  copper  plate  is  recommended  for  the  negative  electrode, 
because  it  is  found  by  experience  to  be,  on  the  whole,  more  convenient 
than  any  other  arrangement  that  has  yet  been  suggested.  The  bowls  of 
warm  water,  large  sponges,  etc.,  that  have  been  suggested,  are  not  only 
much  less  cleanly  and  convenient  than  the  copper  plate,  but  are  also  much 
poorer  conductors.  Metallic  slippers  are  more  troublesome  than  the 
broad  plate,  though  their  appearance,  perhaps,  is  more  ornamental.  It 
needs  more  care  to  put  on  the  slippers,  and  if  the  patient  loses  his  self- 
control  during  any  stage  of  the  application,  and  throws  up  his  feet,  it  is 
something  of  a task  to  find  the  slippers  again  and  accurately  adjust 
them. 

In  the  use  of  the  copper  plate  these  details  must  not  be  forgotten: 
First,  to  keep  it  well  warmed,  in  cold  weather;  secondly,  to  keep  it 
slightly  moistened  with  warm  water,  in  order  to  improve  the  connection. 

If  only  one  foot  is  applied  to  the  copper  plate,  the  pain  in  the  ankle, 
during  certain  stages  of  strong  applications,  will  be  unendurable.  In 
mild  applications  it  is  sufficient  to  have  one  foot  on  the  plate.  It  js  nec- 
essary ever  to  bear  in  mind  the  rule,  that  the  pain  of  electric  applica- 
tions, other  conditions  being  equal,  is  in  inverse  proportion  to  the  surface 
of  the  electrode.  The  larger  the  surface  of  the  electrode - whether 
positive  or  negative  — the  less  the  pain.  In  this  fact  consists  the 
advantage  of  using  large  sponges. 

In  general  faradization  the  pain  at  the  negative  pole  is  chiefly  felt  at 
the  ankles,  and  somewhat  at  the  toes,  but  not  on  the  bottom  of  the  feet. 
The  feeling  of  constriction  in  the  ankles  is  caused  by  the  rapid  and  vio- 
lent contractions  of  the  muscles.  If  only  one  foot  is  applied  to  the  plate 
the  entire  force  of  the  current  must,  of  course,  be  borne  by  that  foot,  and 

furthermore,  the  other  limb  will  receive  no  direct  benefit  from  the 

* 

treatment.  , , . . i , 


The  trouble  of  removing  the  shoes  and  stockings  may  be  obviated  by 
placing  a large  sponge  connected  with  the  negative  pole  at  the  coccyx,  or 


on  the  thighs. 

cVill  ariA  readiness  in 


in  use  of  the  various  methods  of  modify 
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less  discomfort  with  a strong  current  than  one  who  is  awkward  will  cause 
with  a very  weak  current. 

Details  of  the  Applicatio7is  to  the  Different  Darts  of  the  Body. — As  the 
various  parts  and  organs  of  the  body  differ  very  widely  in  their  suscepti- 
bility to  faradization,  and.  in  the  effects  which  they  receive  from  it,  it 
becomes  necessary  to  explain  the  modus  operatidi  of  the  applications  with 
considerable  fulness  of  detail. 

Applications  to  the  Head. — The  head,  especially  the  forehead,  is,  by 
far,  more  sensitive  to  the  electric  currents  than  any  other  portion  of  the 
surface  of  the  body.  The  two  reasons  for  this  are  sufficiently  obvious. 
The  surfaces  of  bones  are  always  sensitive  to  the  faradic  current,  as  to 
any  other  mechanical  influence;  and  the  cranium  is  no  exception  to  this 
law.  Then,  again,  the  fifth  pair  is  an  exceedingly  sensitive  nerve  in  all 
its  ramifications,  and  especially  over  the  forehead. 

There  are  many  cases  that  do  not  bear  even  mild  applications  to  the 
front  and  top  of  the  head,  and  who  seem  to  be  injured  rather  than  bene- 
fited by  it.  With  others  the  effects  are  highly  agreeable. 

In  treating  the  forehead  the  operator  should  first  press  his  moistened 
hand  firmly  over  the  head,  and  then  making  the  connection  with  his  other 
hand  on  the  sponge  and  brass  ball  of  the  positive  pole,  should  allow  the 
current  to  pass  steadily,  without  interruption,  for  one  or  two  minutes. 
The  use  of  the  hand  as  an  electrode  is  particularly  desirable  in  making 
applications  to  the  forehead. 

Moistening  the  Hair. — The  dry  hair  is  a non-conductor,  and  therefore 
it  is  always  necessary  to  wet  it  freely  before  electrizing  any  portion  of 
the  head  that  is  covered  by  it.  It  is  not  usually  desirable  to  compel  lady 
patients  to  pull  down  their  hair,  or  to  thoroughly  moisten  it.  A very 
important  centre  for  affecting  the  brain  is  the  crown  of  the  head,  between 
the  ears,  over  the  so-called  organ  of  firmness— the  cranial  centre.  If  the 
hair  at  this  point  be  sufficiently  moistened  to  admit  the  passage  of  a mild 
current  with  any  convenient  form  of  electrode,  a peculiar  and  slightly 
painful  sensation  is  experienced. 

In  some  exceptional  cases  of  disease  the  head  will  bear  currents  of 
considerable  strength.  The  back  of  the  head  over  the  cerebellum  will 
usually  bear  quite  strong  applications.  The  current  is  felt  through  the 
ramifications  of  the  occipital  nerves,  giving  rise  oftentimes  to  sensations 
not  only  painless,  but  absolutely  agreeable. 

Applications  to  the  Neck  and  Throat. — The  back  part  of  the  head  and 
upper  portion  of  the  spine  will  usually  bear  powerful  applications.  It  is 
an  interesting  and  important  fact  that  very  marked  effects  maybe  produced 
by  general  faradization,  even  when  the  applications  are  made  only  to  the 
back  and  sides  of  the  neck. 

The  reason  for  this  will  be  clear  when  we  come  to  study  the  electro- 
therapeutic  anatomy  of  the  parts.  From  the  upper  portion  of  the  spine 
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and  base  of  the  Drain  proceed  the  most  important  and  most  sensitive 
nerves  of  the  body — the  pneumogastric,  and  the  brachial  plexus,  and  the 
phrenic  nerves. 

Furthermore,  the  sympathetic  or  ganglionic  system  runs  close  by  the 
spine,  near  to  the  carotid  artery,  and  may  be  reached  and  affected  elec- 
trically by  pressing  firmly  with  the  fingers,  by  the  anterior  border  of  the 
sterno-cleido-mastoid  muscle,  at  those  points  w'here  the  pressure  of  the 
carotid  is  most  readily  felt. 

If  the  sponge  be  pressed  firmly  on  the  cilio-spinal  centre,  over  the 


FIG  io6.-General  Faradization.  Application  to  tlie  brachial  plexus  by  the  hand  of  the 
operator.  Treatment  by  this  method  is  not  only  unattended  with  pain^l 
but  is  absolutely  agreeable  in  its  immediate  effects  upon  the  patient.  The  flexibil  y 
of  the  hand,  Its  power  of  adaptation  to  every  inequality  of  f 

superior  in  applications  over  sensitive  areas  to  any  artificial  electrode  that  human  skil 
can  devise. 


sixth  and  seventh  cervical  vertebrae,  and  moved  slightly  on  either  side  o 
the  spine,  while  a powerful  current  is  passing,  the  electric  influence  may 
be  perceptibly  communicated,  not  only  to  the  spine  but  also  to  the  larjmx 
through  the  laryngeal  nerves;  to  the  stomach  through  the  pneumogastric; 
to  the  lungs  through  the  phrenic;  to  both  arms  and  hands  through  the 
brachial  plexuses  and  their  branches— in  short,  to  the  most  impoitan 


APPLICATIONS  TO  TPIE  UPPER  EXTREMITIES.  319 

nerves  and  organs  of  the  body.  The  sympathetic  is  also  directly  affected 
at  this  point. 

There  is  no  other  single  place  on  the  surface  of  the  body  where  the 
electric  influence  can  be  communicated  to  so  many  important  nerves  as  at 
the  cilio-spinal  centre.  In  order,  however,  to  affect  all  these  nerves  and 
organs  above  mentioned  by  faradization,  it  is  necessary  to  use  a powerful 
current,  and  to  press  the  sponge  very  firmly  against  the  skin. 

In  very  fleshy  patients  it  is  sometimes  quite  difficult  to  affect  the 
brachial  plexuses  and  their  branches  in  the  arms  and  hands  without  using 
a stronger  current  than  can  well  be  borne  through  the  feet  and  ankles  at 
the  negative  pole.  This  application,  so  far  from  being  painful,  is  to  many 
positively  agreeable.  The  thrill  which  it  communicates  to  the  nerves  and 
vital  organs  is  often  so  delightful  that  the  patient  requests  to  have  the  ap- 
plication prolonged.  In  patients  who  can  bear  it,  this  application  at 
the  cilio-spinal  centre  may  be  varied  by  suddenly  interrupting  the  cur- 
rent. 

This  application  is  a very  important  factor  in  general  faradization,  and 
will  achieve  decided  tonic  effects  on  the  system,  even  when  no  other  por- 
tion of  the  body  is  touched  by  the  current.  The  immediate  sensations 
which  it  produces,  however,  are  by  no  means  uniform.  Some  patients, 
through  the  irritation  of  the  laryngeal  nerves,  cough  spasmodically,  and 
even  violently,  under  the  excitation  even  of  a comparatively  mild  current; 
with  others,  even  the  most  powerful  currents,  and  the  firmest  possible 
pressure  of  the  sponge,  fail  to  produce  any  such  effect.  In  nervous  and 
sensitive  patients  this  application  often  causes  a peculiar  and  decided 
sensation  in  the  stomach,  through  the  pneumogastric  nerve ; the  strong  and 
vigorous  rarely  experience  any  such  sensation,  even  under  currents  of 
great  power. 

Another  important  locality  in  the  electro-therapeutic  anatomy  of  the 
neck  is  in  the  posterior  triangle,  just  by  the  posterior  border  of  the  sterno- 
cleido-mastoid  muscle.  If  the  fingers  of  the  operator,  with  a current  of 
considerable  strength,  or  the  sponge  with  a current  comparatively  mild,  be 
pressed  firmly  on  this  space  until  the  posterior  border  of  the  scalenus  an- 
ticus  is  reached,  the  patient  will  at  once  experience  a tingling  or  pricking 
sensation  in  the  arm  and  hand  on  that  side,  caused  by  the  excitation  of 
the  brachial  plexus,  and  in  some  cases  a thrill  is  communicated  by  means 
of  the  pneumogastric  to  the  stomach,  and  by  the  phrenic  nerve  to  the  dia- 
phragm. 

Applications  to  the  Upper  Extremities, — It  is  not  always  necessary  to  go 
to  the  trouble  of  faradizing  the  extremities,  but  in  many  cases  it  is  a de- 
cided advantage  to  do  so.  In  faradization  over  the  extremities,  the 
sponge,  or  the  hand  of  the  operator,  should  be  passed  thoroughly  over  the 
surface  of  the  hands  and  arms,  and  with  sufficient  force  to  produce  agree- 
a e contractions  of  all  the  superficial  muscles.  Except  in  infants  and 


320 


ELECTRO-THERAPEUTICS. 


corpulent  females,  contractions  of  the  superficial  muscles  of  the  arm  are 
obtained  with  a mild  current. 

Applications  to  the  Spme. — Stronger  currents  of  electricity  may  be  borne 
over  the  middle  of  the  spine  than  perhaps  over  any  other  portion  of  the 
body.  There  are  no  very  sensitive  peripheral  nerves  in  the  back,  and  the 
spinal  cord  is  so  thoroughly  protected  by  its  bony  covering  that  the  cur- 
rents are  never  felt  in  it  painfully,  except  when  it  is  greatly  exhausted  or 
organically  diseased.  The  nerves  that  issue  from  the  spinal  cord  are  more 
or  less  affected  by  powerful  applications  to  the  back,  and  through  them 
tire  various  parts  and  organs  which  they  supply  are  considerably  influenced. 


Fig.  107.— General  Faradization.  Application  to  the  stomach. 

The  best  method  of  electrizing  the  back  is  to  pass  the  sponge  down 
its  entire  length  beneath  the  under-clothing,  in  case  it  is  not  removed, 
from  the  first  cervical  vertebra  to  the  cauda  equina,  carefully  avoiding  the 
prominences  of  the  scapula  and  the  ossa  innominata.  Below  the  inferior 
angle  of  the  scapula  the  sponge  may  be  moved  from  side  to  side  over  the 

region  of  the  kidneys,  liver,  and  spleen.  ^ . , 

If  a strong  current  be  applied  over  the  lower  portion  of  the  spine,  be- 
tween the  upper  borders  of  the  ossa  innominata,  a slight  sensation  is  some- 
times, though  by  no  means  uniformly,  communicated  to  the  rectum  and  the 
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male  genital  apparatus,  the  penis  and  the  testicles,  through  their  spinal 
nerve  supply. 

In  view  of  these  considerations  it  is  manifest  that  in  the  employment 
of  general  faradization  particular  attention  should  be  given  to  the  spine, 
even  at  the  expense  of  neglecting  other  portions  of  the  body. 

That  the  lungs  and  heart  are  less  influenced  by  electrization  than  other 
important  organs,  is  chiefly  accounted  for  by  the  anatomic  structure  of  the 
chest.  The  ribs,  with  the  intercostal  muscles  and  ligaments,  form  an  un- 
yielding wall.  Furthermore,  the  pleura  and  pericardium  are  not  closely 


Pig.  jo8.-General  Faradization.  Application  to  the  lower  extremities. 


adherent  to  the  inner  wall  of  the  chest,  but  lie  loosely  over  the  lungs  and 
fteart.  These  organs,  therefore,  are  best  affected  electrically  by  applica- 
tions above  the  sternum,  around  the  neck,  and  over  the  upper  half  of  the 
spine,  whence  the  nerve-supply  of  the  viscera  proceeds,  and  by  direct  elec- 
trization of  the  vagus  in  the  neck. 

Applications  over  the  chest  are,  however,  of  positive  and  permanent 
ervice,  by  developing  the  thoracic  and  intercostal  muscles,  and  for  this 
eason,  if  for  no  other,  they  should  not  be  neglected.  But  it  should  not 

bonp^^^^^”  surfaces  of  the  rib,  like  the  surfaces  of  all  other 

. are  sensitive  to  electrization,  and  that  therefore  the  chest  will  not 
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bear  as  severe  applications  as  the  spine,  neck,  or  abdominal  regions. 
This  sensitiveness  is,  of  course,  more  in  the  thin  and  nervous  than  in  the 
corpulent  and  phlegmatic.  It  is  usually  most  marked  on  the  inferior  ribs 
on  the  right  and  left  side  of  the  body,  over  the  liver  and  spleen.  The 
peculiar  sensitiveness  of  the  ribs  at  these  points  is  sometimes  erroneously 
supposed  to  indicate  disease  of  the  organs  beneath  them. 

We  have  stated  above  that  the  anatomic  structure  of  the  chest  rendered 
it  difficult  to  send  the  electric  current  through  its  anterior  walls  to  the 
lungs  and  heart.  In  the  abdominal  regions  the  anatomic  structure  is  di- 
rectly reversed,  and  instead  of  an  unyielding  wall,  partly  composed  of 
bones  and  ligaments,  we  have  a flaccid  skin  lying  loosely  against  the  peri- 
toneum that  covers  the  moist  viscera  beneath.  No  other  organs  of  the 
body  contain  so  large  a percentage  of  water  as  those  which  are  situated  in 
the  cavity  of  the  abdomen.  It  is  obvious,  therefore,  that  when  the  resis- 
tance of  the  epidermis  is  overcome  by  the  moisture  of  the  sponge  or  hand, 
and  the  peritoneum  and  viscera  are  brought  into  coaptation,  the  current 
must  directly  traverse  all  the  parts  desired  to  be  affected. 

'I’o  reach  the  stomach  and  solar  plexus,  place  the  sponge  or  palm  of 
the  hand  below  and  under  the  sternum,  and  as  far  back  as  possible. 
This  pressure  brings  the  peritoneum  and  stomach  into  coaptation,  and 
forces  the  current  to  pass  through  them.  If  the  under-clothing  be  simply 
slipped  up  without  being  entirely  removed,  the  stomach  and  abdomen  can 

be  readily  treated. 

T’he  bowels  may  be  treated  either  with  the  labile  or  the  stable  current, 
and  in  cases  of  obstinate  constipation,  by  sudden  interruptions  or  shocks. 

Corpulent  and  pursy  patients  usually  bear  much  stronger  currents  over 
the  abdomen  than  the  thin  and  emaciated.  Adipose  tissue  is  compara- 
tively a poor  conductor  of  electricity,  and  it  is  difficult  to  affect  the  bow- 
els of  the  very  corpulent  through  the  abdominal  walls  by  electrization, 
unless  we  employ  firm  pressure  and  currents  of  considerable  strength 
But  in  the  vast  majority  of  cases  currents  of  moderate  strength,  applied 
liehtlv  over  the  surface  of  the  abdomen,  will  readily  produce  contractions 
of  the  abdominal  muscles,  and,  if  pressure  be  employed,  the  intestines  an 
all  the  organs  of  the  abdominal  cavity  are  directly  traversed  by  the  cur- 

Applications  to  the  Female  Direct  applications  to  the  vagina 

or  uterus  are  rarely  called  for  in  general  faradization. 

Applications  to  the  Lower  Extremities. there  is 
naralv^is  of  the  lower  limbs  we  do  not  always  apply  the  current  direct  y 
rtherbecause.  .hen  the  copper  plate  is  at  the  feet,  the  muscles  belotv 
the  knee  are  more  or  less  exercised  during  the  whole  treatment. 

Before  proceeding  to  make  the  applications  to  the  lower  extremiti  , 

the  patient  should  be^ required  to  stand  up,  still  keeping  the  feet  on  the 

copper  plate  Male  patents  who,  during  the  earlier  stages  of  the  ope, a- 
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tion,  have  entirely  removed  their  clothing  from  the  trunk,  should  be  al- 
lowed to  again  put  it  on,  both  in  order  to  avoid  unnecessary  exposure  and 
to  protect  them  from  the  cold. 

With  female  patients  the  applications  to  the  lower  limbs,  except  in 
cases  of  paralysis,  can  be  made  under  the  clothing,  if  the  drawers  be 
slipped  down,  without  exposure. 

The  operator,  sitting  by  the  side  of  the  patient,  or  on  a low  stool  or  ot- 
toman, should  then  pass  the  sponge  or  the  hand  lightly  down  the  entire 
surface  of  both  limbs,  from  the  thighs  to  the  feet,  avoiding,  so  far  as  possi- 
ble, the  prominences  of  the  bones  at  the  hip,  knee,  and  ankles. 

The  outer  portion  of  the  thigh,  like  the  back,  is  very  little  sensitive  to 
the  electric  current,  because  its  surface  is  not  supplied  by  very  sensitive 
nerves.  The  inner  side  of  the  thigh,  on  the  contrary,  is  supplied  by 
branches  from  the  sensitive  anterior  crural  nerve,  and  in  nervous  persons 
especially  is  very  susceptible  to  electrization.  In  passing  the  sponge  or 
the  hand  down  the  lower  limbs  great  pains  should  be  taken  to  carefully 
graduate  the  current  according  to  the  sensitiveness  of  each  locality.  This 
precaution  is  more  necessary  in  treating  the  lower  limbs  than  the  upper, 
because  the  contrasts  in  the  normal  sensitiveness  of  the  different  parts  of 
the  lower  limbs  are  much  greater  than  in  the  arms,  and  because  any  severe 
shocks  suddenly  felt  in  the  legs  sometimes  throw  patients  off  their  feet. 

In  cases  not  complicated  with  paralysis,  contractions  of  the  superficial 
muscles  of  the  lower  limbs,  as  of  the  upper  limbs,  can  be  produced  by 
comparatively  feeble  and  painless  currents. 

Special  Rules  to  be  Observed  m the  Employment  of  Gejieral  Faradization. 
— In  the  employment  of  general  faradization  there  are  certain  special  sug- 
gestions, on  the  observance  of  which  the  results  of  the  applications  wall 
very  materially  depend. 

1.  The  Strength  of  the  Current  and  Length  of  the  Application. — It  is  bet- 
ter that  the  first  tentative  applications  should  always  be  made  with  a gen- 
tle current,  and,  if  the  patient  be  particularly  sensitive,  it  is  an  advantage 
to  use  the  hand  of  the  operator  instead  of  an  artificial  electrode.  After 
the  patient  has  become  somewhat  accustomed  to  the  treatment,  the  general 
rule  should  be  to  make  the  applications  pleasantly  painful. 

Patients  w'ho  have  long  been  accustomed  to  the  treatment — who  have 
become,  in  a certain  sense,  insensible  to  the  strength  of  current  ordinarily 
used  may  frequently  be  benefited  by  very  powerful  currents. 

Usually,  but  not  invariably,  we  may  be  guided  by  the  sensations  of  the 
patient;  but  exceptions  to  this  rule  are  sometimes  very  striking,  and 
should  put  us  on  our  guard.  Some  who  feel  no  pain  during  the  applica- 
tions may  on  the  day  following  experience  the  most  disagreeable  reactive 
effects. 

2.  Thoroughness  of  the  Applicatio7i. — General  faradization  does  not  re- 
quire that  all  portions  of  the  surafce  of  the  body  should  be  touched  by  the 
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electrode  at  every  sitting.  In  nervous  and  susceptible  patients  we  can 
approach  the  full  measure  of  the  treatment  only  by  slow  degrees.  It  is 
oftentimes  sufficient  to  make  the  first  application  only  around  the  neck, 
shoulders,  and  on  the  upper  portion  of  the  spine. 

It  is  not  always  necessary  to  make  the  applications  to  all  portions  of 
the  surface  of  the  body,  even  in  a prolonged  course  of  treatment.  The 
general  tonic  effects  of  this  system  of  treatment  can  undoubtedly  be 
achieved  without  touching  either  the  upper  or  lower  extremities.  But,  on 
the  other  hand,  it  is  just  as  undoubtedly  true  that  the  muscular  develop- 
ment that  results  from  long-continued  electrization  of  the  arms  and  legs 
reacts  favorably  on  the  whole  system  and  materially  aids  the  treatment. 

The  neck  and  spine  should  be  treated  in  all  cases,  except  during  the 
first  and  tentative  applications,  or  in  patients  of  very  unusual  susceptibil- 
ity. During  menstruation  it  is  usually  better  to  avoid  the  abdomen  and 
lower  part  of  the  spine,  or  to  suspend  the  treatment  altogether,  except  in 
those  cases  where  it  is  desired  to  increase  the  menstrual  flow. 

Length  of  the  Applicntions. — The  duration  of  the  sittings  may  range  be- 
tween five  and  twenty-five  minutes,  being  modified  by  the  natuie  of  the 
constitution,  the  strength  of  the  current  employed,  the  stage  of  the  treat- 
ment, and  the  results  of  the  previous  applications. 

The  smallest  fraction  of  this  time  should  be  devoted  to  the  head,  the 
largest  to  the  spine;  next  to  the  spine  the  abdomen  should  receive  the 
largest  share  of  attention. 

An  average  application  of  say  15  minutes  may  be  thus  apportioned: 


To  the  head 

“ neck,  sympathetic  and  cervical  spine. 

“ back 

“ abdomen 

“ upper  and  lower  extremities 


I minute. 
4 minutes. 


As  compared  with  the  time  required  in  localized  faradization  and  cen- 
tral galvanization,  general  faradization  has  not  the  great  disadvantage 
that  has  been  supposed.  Nearly  all  the  ordinary  peripheral  applica- 
tions of  electricity  for  paralysis  require  as  much  time  as  general  faradiza- 


Frequeney  of  the  Appticaiions.-The  applications  of  general  faradization 
may  be  repeated  daily,  every  other  day,  once  or  twice  a week,  or  by  still 
longer  intervals.  Every  other  day  is  about  as  often  as  is  necessary  to  se- 
cure the  full  tonic  results  of  the  treatment;  but  patients  who  are  so  situ- 
ated that  they  can  take  the  treatment  but  a short  time  may 
plication  daily,  provided  they  are  not  in  a condition  of 
or  are  not  more  than  ordinarily  susceptible  to  the  current.  For  the  ve  y 
nervous  and  susceptible,  and  especially  for  those  who  complain  of  the 
secondary  or  reactive  effects,  it  is  often  necessary  to  give  intervals  of  sev- 
eral days!  at  least  until  the  permanent  tonic  effects  begin  to  be  developed. 


THE  MOISTENED  HAND  AS  AN  ELECTRODE. 
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Persistence  in  the  Treatment. — For  the  majority  of  cases,  the  treatment 
by  general  faradization,  in  order  to  secure  its  full  results,  must  be  persis- 
tent. The  reasons  why  this  perseverance  is  demanded  are  quite  obvious. 
In  the  first  place,  most  of  the  diseases  and  morbid  conditions  for  which 
general  faradization  is  indicated  are  exceedingly  chronic  in  their  charac- 
ter. It  is  necessary  ever  to  keep  in  mind  the  emphatic  words  of  the  great 
Trousseau,  “ Chronic  diseases  demand  chronic  treatment,”  whatever  may 
be  the  method  employed. 

Secondly,  tonic  remedies  of  all  kinds,  external  and  internal,  are  al- 
ways more  or  less  slow  in  their  action. 

While  great  and  beneficial  effects  are  often  derived  from  two  or  three 
applications,  a complete  or  approximate  cure  of  long-standing  morbid 
conditions,  such  as  dyspepsia,  hypochondriasis,  nervous  exhaustion,  hys- 
teria, paralysis,  can  only  be  achieved  by  persistent  treatment,  varying  the 
strength  of  the  current  and  frequency  of  the  applications  according  to  the 
progress  which  is  made. 

The  length  of  time  over  which  the  treatment  should  be  extended  may 
range  from  one  week  to  several  months,  with  longer  or  shorter  intervals, 
according  to  circumstances. 

Comparing  the  history  of  all  our  cases,  we  find  that  the  average  num- 
ber of  applications  administered  to  each  successful  case  is  about  15-25, 
and  the  length  of  time  over  which  the  treatment  was  extended  4-8  weeks. 

The  Use  of  the  Moistened  Hand  as  an  Electrode  to  the  Head  and  Sensitive 
Parts. — The  advantages  which  the  moistened  hand  sometimes  possesses 
over  the  sponge  in  general  faradization  are  the  following: 

I.  In  certain  cases  it  is  more  agreeable  to  the  patient.  It  is  but  a tru- 
ism to  assert  that  no  form  of  electrode  that  human  skill  shall  ever  devise 
can  ever  compare  with  the  hand  in  flexibility  and  power  of  adaptation. 
Its  shape,  its  flexibility,  the  number  and  arrangement  of  the  Angers,  and 
the  vast  and  delicate  combinations  of  movement  of  which  they  are  so 
readily  capable — all  these  familiar  and  wonderful  characteristics  of  the 
hand,  united  to  the  peculiar  softness  of  the  skin,  and  the  lightness  with 
which  it  can  touch,  or  press,  or  handle,  render  it  superior  for  the  nicer 
processes  of  general  faradization  to  any  artificial  arrangements  of  which 
the  genius  of  man  could  conceive. 

hor  applications  to  the  head  and  sides  of  the  neck,  the  brachial  plex- 
us, and  all  sensitive  areas,  the  use  of  the  hand  electrode  is  a very  great 
convenience;  and  w'e  sometimes  meet  with  patients  who  are  so  sensitive 
and  so  fearful  that  they  will  not  endure  even  the  softest  sponge  on  any 
portion  of  the  body,  or  at  any  stage  of  the  treatment.  To  apply  a mild  fa- 
radic  current  to  the  forehead  and  crown  of  the  head,  with  the  softest 
sponge  and  largest  possible  surface,  is  at  best  an  unpleasant  process  for  a 
strong  man  in  perfect  health,  and  for  the  delicate  invalid  is  often  unen- 
durable ; but  when  the  hand  of  the  operator  is  made  an  electrode,  the  oper- 
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ation  of  faradizing  the  most  sensitive  portions  of  the  head  may  be  made 
not  only  tolerable,  but  positively  agreeable.  Except  in  cases  of  severe 
local  disease  or  unusual  debility,  the  sponge  can  be  borne  down  the  spine, 
over  the  abdomen  and  extremities,  and  down  the  lower  extremities  with- 
out great  difficulty. 

2.  It  keeps  the  operator  continually  informed  of  the  strength  of  the  cur- 
rent, and  thus  enables  him  to  carefully  graduate  it,  according  to  the  sensi- 
tiveness of  each  locality. 

As  the  current  passes  through  his  own  person,  the  operator  can  judge 
by  his  own  sensations  whether  it  is  too  strong  or  too  weak,  and  by  in- 
creasing or  diminishing  the  grasp  of  his  other  hand  on  the  sponge,  can 
modify  the  strength  of  the  application  without  disturbing  his  apparatus. 
The  wet  sponge  on  which  he  presses  with  the  other  hand  acts,  as  we  have 
seen,  like  a hydro-rheostat. 

The  use  of  the  hand  as  an  electrode  enables  the  operator  to  instantly 
modify  the  applications  in  any  of  the  various  degrees  of  weakness  and 
strength,  and  also  to  suspend  the  passage  of  the  current  instantaneously 
without  shock  or  violence.  When  the  sponge  is  used  we  must  continually 
question  tlie  patient,  or  watch  his  expression  and  movements,  in  order  to 
judge  whether  the  current  is  of  proper  strength. 

That  most,  if  not  all,  of  the  tonic  effects  of  general  faradization  can 
be  obtained  in  perhaps  the  majority  of  patients  by  the  use  of  the  sponge, 
there  can,  w'e  think,  be  no  question;  but  the  use  of  the  hand  of  the  oper- 
ator, according  to  the  principles  above  indicated,  enables  us  to  achieve 
these  results,  and  with  less  discomfort  to  the  patient,  in  those  peculiarly 
sensitive  cases  where  the  artificial  electrode  could  not  be  borne  at  all. 
Very  many  of  our  patients  we  treat  only  with  artificial  electrodes. 

To  sum  up,  in  a word,  it  is  a convenience  and  oftentimes  a positive 
assistance  for  the  operator  to  be  able  and  willing  to  use  his  hand  in  ap- 
plications to  sensitive  parts  and  nervous  patients,  but  for  the  majority  of 
cases  it  is  sufficient  to  use  a large  soft  sponge. 

Effects  of  the  Current  on  the  Operator. — The  question  now  arises.  What 
effect  must  the  operator  experience  from  the  repeated  passage  of  the  elec- 
tric currents  through  his  own  person? 

It  should  be  understood,  at  the  outset,  that  the  current  does  not  di- 
rectly affect  the  whole  person  of  the  operator,  nor  indeed  any  of  the  prom- 
inent organs,  and  that  only  the  faradic  current  is  used  in  this  way.  The 
current  passes  from  hand  to  hand,  through  the  arms  and  shoulders,  and 
does  not  reach  or  directly  influence  the  brain  or  any  of  the  organs  of  the 
chest  or  of  the  abdomen.  The  effects  of  thus  using  the  current  on  the 
nutrition  of  the  muscles  of  the  arm  have  already  been  considered  (see 
Electro- Physiology) . 

Those  physicians  whose  temperaments  do  not  tolerate  electricity, 
would  do  well  to  avoid  passing  the  current  through  their  own  persons  in 
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this  way.  Those,  however,  and  they  constitute  the  majority,  who  are 
more  or  less  benefited  by  the  use  of  electricity  in  this  way,  need  never 
fear  any  evil  effects.  If  they  treat  a very  large  number  of  patients  a day 
by  general  faradization,  using  the  hand  as  an  electrode  a considerable 
portion  of  the  time,  and  with  strong  currents,  they  will  be  much  more 
wearied  at  night  than  if  they  used  the  sponge  chiefly  or  exclusively.  This 
method  of  general  faradization  has  been  and  is  now  used  by  hundreds  of 
physicians,  and  we  have  never  heard  of  any  serious  effects  in  any  in 
stance.  The  few  whose  temperaments  contraindicate  electricity  soon 
abandon  the  use  of  the  hand  as  an  electrode,  since  they  find  that  it  is  a 
luxury  and  not  a necessity.  The  majority  experience  either  negative  or 
beneficial  effects,  and  arrive  at  that  state  where  it  is  a matter  of  indiffer- 
ence whether  they  use  the  hand  or  sponge. 

Special  Effects  of  Gc7ieral  Faradization. — The  general  effects  of  elec- 
tricity on  the  system  have  already  been  considered.  We  have  here  to 
speak  only  of  those  that  are  peculiar  to  or  most  marked  under  general 
faradization. 

The  effects  of  general  faradization  may  be  subdivided  into  three 
classes : 

1.  Those  which  are  experienced  during  or  immediately  after  treat- 
ment— primary  or  stimulating  effects. 

2.  Those  which  are  experienced  one  or  two  days  subsequent  to  the 
treatment — secondary  or  reactive  effects. 

3.  Those  which  remain  in  the  system  as  a permanent  result  of  treat- 
ment— permanent  or  tonic  effects. 

Many  patients,  perhaps  the  majority,  experience  after  each  stance  a 
feeling  of  enlivenment  and  exhilaration  that  often  lasts  for  several  hours. 
With  some  this  feeling  of  exhilaration  is  very  positive  and  decided;  with 
others  it  is  but  just  perceptible.  Others,  again,  experience  a disposition 
to  sleep  after  treatment,  quite  similar  to  that  which  is  felt  after  a bath  in 
the  surf. 

Relief  of  pain  and  local  or  general  weariness  is  a very  frequent  as 
well  as  very  agreeable  temporary  effect  of  general  faradization,  and  one 
which,  more  perhaps  than  any  other,  tends  to  inspire  the  doubting  patient 
with  confidence  in  the  efficacy  of  this  method  of  treatment.  Patients  who 
suffer  from  indefinable  nervous  pains  in  the  head,  back,  side,  and  stom- 
ach, or  from  weakness  in  the  limbs,  frequently  appreciate  relief  even  in 
the  midst  of  the  application.  This  relief  usually  lasts  for  several  hours, 
and  in  some  cases  may  become  permanent. 

All  the  disagreeable  symptoms  that  sometimes  arise  from  an  applica- 
tion, as  headache,  malaise,  chilliness,  vertigo,  faintness,  and  cold  perspi- 
ration, like  similar  effects  from  injudicious  use  of  other  tonics,  physical 
exercise,  the  shower-bath,  etc.,  are  not  usually  of  any  permanency  what- 
ever. Indeed,  they  are  entirely  consistent  with  permanently  good  results; 
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but  they  are  apt  to  annoy  and  alarm  the  patient,  and  for  that  reason,  if  for 
no  other,  they  should  be  avoided. 

Effect  on  Temperature. — The  temperature  may  be  immediately  influ- 
enced by  general  faradization. 

Its  effect  on  the  circulation  seems  to  be  that  of  an  equalizer.  Patients 
afflicted  with  nervous  diseases  are  apt  to  suffer  from  cold  feet  and  hands, 
and  from  creeping  chills  over  the  body.  The  equalizing,  warming  effect 
of  general  faradization  on  such  patients  is  most  decided  and  agreeable, 
and  is  so  positively  realized,  even  in  the  midst  of  the  seance,  that  neither 
the  bare  feet  nor  the  exposed  trunk  suffer  from  the  cold,  provided  the  aii 
of  the  operating-room  is  of  even  a moderate  temperature. 

Effect  on  Pulse. — The  effects  of  general  faradization  on  the  pulse  are 
quite  interesting  and  suggestive. 

In  a large  number  of  cases  we  have  carefully  counted  the  pulse,  and 
also  observed  its  quality  just  before  and  just  after  the  treatment.  The 
results  of  some  of  these  observations  are  presented  below: — 
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On  account  of  the  recognized  susceptibility  of  the  pulse,  especially  of 
nervous  invalids,  to  the  influence  of  mental  impression,  we  have  found  it 
necessary,  in  order  to  avoid  error,  to  make  repeated  examinations  before 
and  after  the  sitting. 

The  conclusion,  from  our  very  large  number  of  observations  in  regard 
to  the  inflpence  of  general  faradization  on  the  pulse  in  chronic  diseases, 
is  that  of  a corrective. 

When  the  pulse  is  high  it  depresses  it  more  or  less,  and  usually  in 
proportion  to  the  degree  of  the  exaltation  above  the  normal  standard. 
When  it  is  low  it  raises  it  more  or  less,  and  usually  in  proportion  to  the 
degree  of  the  depression  below  the  normal  standard.  In  nervous  and  ex 
citable  patients,  the  effect  of  general  faradization  on  the  pulse  is  much 
more  marked  than  in  the  cold  and  phlegmatic.  An  application  that  is 

much  too  strong  may  greatly  excite  the  pulse. 

special  and  Exceptional  Effects.— The  immediate  effect  on  the  appetite 
is,  in  rare  instances,  so  marked  that  the  patient  at  once  feels  desire  for 
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food,  and  at  the  next  meal  eats  a much  larger  quantity  and  with  far 
keener  relish  than  usual. 

Sensitive  patients  are  now  and  then  compelled  to  evacuate  their  blad- 
der or  rectum  immediately  after  or  even  in  the  midst  of  the  application, 
and  the  urinary  secretion  is  occasionally  increased.  But  all  these  effects 
of  general  faradization  on  the  functions  of  special  organs  are  incidental 
and  occasional,  and  are  not  to  be  expected  with  any  uniformity  or  con- 
stancy. 

Secondary  or  Rtachve  Effects. — The  secondary  or  reactive  effects  of 
general  faradization  are  those  which  are  experienced  for  a day  or  two  fol- 
lowing an  application.  These  effects  are  probably  not  observed  in  more 
than  half  of  the  cases,  and  usually  only  at  the  outset  of  the  treatment. 
Most  of  these  secondary  or  reactive  effects  have  already  been  considered. 

Soreness  in  the  muscles  of  the  neck,  trunk,  and  upper  extremities  is 
unquestionably  the  most  frequent  of  the  secondary  symptoms  of  general 
faradization,  and  the  one  which  patients  are  soonest  to  observe  and  de- 
scribe. It  is  the  result  of  the  muscular  contractions  that  are  produced  by 
the  electric  current.  It  usually  passes  off  in  two  or  three  days,  and  is 
scarcely  observed  at  all  after  the  patient  has  once  become  accustomed  to 
the  treatment.  By  making  the  first  tentative  applications  gentle  and 
short,  it  is  possible  to  avoid  entirely  this  subsequent  muscular  soreness, 
and  in  very  feeble  or  very  timid  patients  we  should  always  endeavor  to 
do  so. 

Indefinable  nervousness  is  another  occasional  secondary  effect,  and 
one  that  often  gives  rise  to  idle  and  unnecessary  alarm.  Like  the  sore- 
ness of  the  muscles,  it  usually  passes  off  in  a day  or  two,  and  is  not  com- 
monly experienced  after  the  patient  has  become  accustomed  to  the  treat- 
ment. 


Weariness  and  exhaustion  may  be  experienced  by  this  class  of  patients 
for  several  days  after  an  injudicious  application.  It  is  a very  interesting 
and  important  fact  that  these  annoying  secondary  symptoms  of  weariness 
and  exhaustion  are  oftentimes  experienced  to  their  fullest  extent  by  pa- 
tients on  whom  the  immediate  effects  for  a few  hours  succeeding  the  ap- 
P ication  are  only  agreeable.  On  account  of  this  fact,  the  inexperienced 
e ectro-therapeutist  may  be  unpleasantly  deceived,  and  from  the  temporary 
n u .nment  of  his  patient  may  suppose  that  his  application  has  been 
oroLig  y successful,  until  the  distressing  secondary  effects,  continuing 

per  aps  for  several  days,  show  most  clearly  that  it  has  been  either  too 
strong  or  too  protracted. 

..  or  Tonic  Effects. — To  designate  any  precise  time  or  stage  of 

■ when  these  tonic  effects  are  to  be  looked  for  is  manifestly 

rem  T ^ tonic  effects  of  other  analogous  internal  or  external 

n-itiir  ^ their  appearance  must  be  variously  modified  by  the 

e o the  disease,  the  constitution  of  the  patient,  and  the  skill  and 
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perseverance  of  the  treatment.  They  may  appear  early  in  the  treatment, 
developing  themselves  with  great  rapidity;  or  they  may  remain  latent 
until  after  the  applications  are  abandoned,  and  then  advance  with  sure 
and  steady  progress.  They  may  be  so  rapidly  manifested  at  the  com- 
mencement of  the  treatment  as  to  cause  us  to  sus;.  act  them  to  be  more  the 
result  of  mental  impression  than  of  the  applications;  and,  on  the  other 
hand,  they  may  develop  themselves  so  long  after  the  treatment  as  to  sug- 
gest the  doubt  whether  they  are  not  as  much  due  to  nature  and  time  as  to 
the  direct  electric  influence. 

Among  these  tonic  effects  of  general  faradization,  those  which  chiefly 
attract  the  attention  and  are  of  the  principal  importance  are  the  follow- 


ing: 

Improvejnent  in  the  Sleep. — This  symptom  comes  first  in  our  analysis 
of  the  permanent  effects  of  general  faradization,  because  it  is  one  of  the 
first  to  be  appreciated  and  observed  by  the  patient.  As  insomnia  is  the 
most  constant  and  universal  symptom  of  those  various  nervous  conditions 
for  which  general  faradization  is  indicated,  just  so  is  its  relief  or  cure 
the  first  and  leading  evidence  that  the  treatment  is  having  its  desired  ef- 
fect. As  already  mentioned,  inclination  to  sleep  is  one  of  the  immediate 
symptoms  of  the  applications,  and  may  come  on  even  in  the  midst  of  the 
sdance;  but  the  improvement  in  the  sleep  of  which  we  here  speak,  as  a 
permanent  effect,  is  appreciated  during  the  intervals  of  treatment,  and 
long  after  it  has  been  suspended. 

Increase  of  Appetite  and  Improvemefit  in  Digestion. — Increase  of  appe- 
tite and  improvement  in  the  digestion  is  not  so  early  nor  so  constant  a 


symptom  as  improvement  in  the  sleep. 

It  is  by  no  means  a constant  or  uniform  effect,  even  in  those  cases 
where  it  would  seem  to  be  needed,  and  where,  too,  in  all  other  respects, 
great  and  lasting  benefit  is  derived  from  the  treatment.  Some  patients 
who  are  permanently  relieved  of  neuralgia,  of  insomnia,  and  of  muscular 
and  nervous  debility,  yet  observe  no  decided  improvement  in  their  diges- 
tion. Such  cases,  however,  are  quite  exceptional. 

Regulation  of  the  A.— Constipation  sometimes  yields  very  early  m 

the  treatment.  The  temporary  effect  is  probably  due,  in  many  instances 
certainly  to  the  direct  mechanical  action  of  the  current  on  the  intestines; 
but  permanent  relief,  either  of  constipation  or  of  diarrhoea  of  the  nervous 
variety,  is  not  to  be  expected  until  the  indigestion  and  general  debilit) 

on  which  they  depend  have  first  been  corrected. 

Improveme^it  in  the  Circulation.— equalization  of  the  circ  - 

lation  is  most  observed  in  cases  of  dyspepsia,  nervous  exhaustion  bysteri., 

and  similar  conditions  with  which  defective  circulation  is  so  ^ 

associated.  It  is  then  the  result  of  the  improvement  in  the  assimilati 


power  and  nutrition  of  the  system. 

Relief  of  Nervousness  atid  Mental  Depression.  The 


indefinite,  though 
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very  well  recognized  condition  which  we  term  nervousness,  and  the  inde- 
finable mental  agony  that  forms  so  prominent  and  so  distressing  a symp- 
tom in  hysteria,  dyspepsia,  exhaustion,  and  other  nervous  conditions, 
sometimes  yield  to  general  faradization  quite  early  in  the  treatment. 

Increase  hi  the  Size  and  Hardness  of  the  Muscles  and  in  Weight  of  Body. 
— This  is  a natural  result  and  accompaniment  of  the  improvement  in  nu- 
trition, and  that  it  follows  the  use  of  the  faradic  as  well  as  of  the  galvanic 
current,  sufficiently  demonstrates  that  power  over  nutrition  is  not  confined 
to  the  latter. 

Under  the  influence  of  protracted  treament  by  general  faradization,  the 
muscles  are  sometimes  developed  in  size  as  well  as  in  firmness  to  a degree 
which  very  naturally  astonishes  those  who,  for  the  first  time,  have  their 
attention  directed  to  it.  This  increase  in  size  and  quality  of  the  muscles 
is,  of  course,  chiefly  observed  in  those  portions  of  the  surface  of  the  body 
where,  under  the  influence  of  faradization,  contractions  are  most  easily 
produced.  Therefore  we  first  look  for  this  effect  in  the  arms,  the  legs, 
and  afterwards  in  the  chest.  This  effect  is  soonest  observed  in  patients 
who  are  comparatively  thin,  or  at  least  whose  muscular  tissue  predomi- 
nates over  the  adipose.  On  the  other  hand,  and  for  obvious  reasons,  it  is 
not  so  perceptible  in  females,  or  in  the  very  corpulent  of  either  sex. 

Under  general  faradization  actual  increase  in  the  size  and  weight  of 
the  body  sometimes  takes  place  so  rapidly  and  perceptibly  to  the  eye  that 
it  need  not  be  confirmed  by  reference  to  the  scales.  In  other  cases,  where 
patients,  either  through  curiosity  or  accident,  have  carefully  weighed 
themselves  just  before  taking  a course  of  treatment,  a most  remarkable 
increase  of  weight  has  often  been  observed  in  the  course  even  of  a few 
weeks. 

The  increase  of  weight  is  simply  a result  of  the  effect  of  the  electric 
currents  on  nutrition,  and  a natural  sequence  of  the  improvement  in  the 
sleep,  the  increase  of  appetite,  and  the  relief  of  pain  and  mental  depres- 
sion of  which  we  have  already  spoken. 

Increased  Disposition  and  Capacity  for  Labor  of  the  Muscles  and  of  the 
Brain.  Whatever  tends,  directly  or  indirectly,  to  improve  nutrition  must 
of  necessity  increase  the  capacity  for  intellectual  and  muscular  toil.  Ac- 
cordingly we  find  that  patients  who  were  so  feeble  that  even  a short  walk 
or  ride  was  fatiguing,  and  who  were  signally  deficient  both  in  the  will  and 
the  capacity  for  exertion,  soon  begin  to  develop,  under  treatment,  an  activ- 
ity and  vigor  that  is  sometimes  surprising.  They  can  walk  farther  and 
more  vigorously,  and  with  greater  enjoyment.  They  realize  a conscious- 
ness of  strength  to  which  before  they  were  strangers,  and  feel  emboldened 

to  exertion  from  which  they  would  formerly  have  shrunk  with  apprehen- 
sion. 

Concerning  these  permanent  tonic  effects  it  is  to  be  observed: — 

1-  They  are  not  uniform.  They  vary  not  only  with  different  individ- 
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uals  and  diseases,  but  also  with  the  same  individual  at  different  periods 
of  life. 

2.  They  are  more  rapidly  appreciated  by  the  active  and  the  nervous 
than  by  the  cold  and  phlegmatic.  Other  conditions  being  the  same,  a 
sensitive,  impressible  organization  will  recover  more  rapidly  under  gen- 
eral faradization  than  one  of  an  opposite  temperament. 

3.  They  are  frequently  not  experienced  until  long  after  the  treatment 
is  abandoned.  These  after-effects  of  general  faradization  are  worthy  of 
the  highest  attention.  The  possibility  that  they  may  occur  is  a constant 
encouragement  in  the  treatment  of  all  slow  and  obstinate  cases. 

4.  They  are  usually  as  lasting  and  permanent  as  similar  effects  from 
other  remedies  and  systems  of  treatment.  It  is  true  that  patients  who 
have  been  apparently  cured,  by  general  faradization  are  subject  to  re- 
lapses, yet  to  no  greater  and  apparently  to  a less  extent  than  those  who 
have  derived  similar  relief  from  internal  medication.  In  considering  this 
statement,  regard  should  be  had  to  the  fact  that  the  diseases  for  which 
general  faradization  is  chiefly  indicated,  at  least  those  in  which  it  has 
thus  far  been  most  successful,  are  just  the  diseases  which  are  most  likely 
to  relapse  under  any  or  all  forms  of  treatment. 

Jiaiionn/e  of  the  Effects  of  General  Faradization. — It  has  been  said  of 
general  faradization  that  it  is  not  physiologic;  but  they  who  raise  this 
objection  do  not  well  consider  what  they  say.  Of  the  various  methods  of 
electrization  none  can  be  better  explained  on  a physiologic  basis  than 
can  this.  General  faradization  is  to  the  whole  body  what  localized  fara- 
dization is  to  an  individual  part  or  organ.  All  the  physical,  mechanical, 
chemic  and  physiologic  effects,  with  the  consequent  increase  of  the  proc- 
esses of  waste  and  repair  and  improvement  in  nutrition  that  electrization 
is  capable  of  producing  in  the  living  tissues  (see  Electro-Physiology) 
and  which,  in  exclusively  localized  applications,  are  mainly  confined 
to  the  part  which  is  traversed  by  the  current,  are  in  general  applications 
appreciated  by  every  part  of  the  system.  Then,  again,  the  improve- 
ment which  each  part  or  organ  receives  from  the  treatment  reacts  upon 
every  other  part  and  organ.  Every  effect  becomes  in  its  turn  a cause;  the 
strengthened  brain  sends  more  nervous  force  to  the  stomach,  by  which  the 

latter  is  enabled  to  send  better  blood  to  the  brain. 

Comparing  what  is  known  of  the  conductibility  of  the  tissues 
and  the  action  of  the  electric  currents  upon  them,  with  the  observe 
effects  of  general  faradization,  these  effects  may  be  regarded  as  due 

the  fact  that  the  nutrition  of  the  entire  central  nervous  system 
is  directly  influenced  by  the  current.  In  an  ordinary  application  tie 
brain,  spinal  cord,  and  sympathetic  ganglia  are  all  subjected  to  the  action 
of  the  current.  In  most  of  the  applications  of  central  localized  electriza- 
tion only  a part  of  the  central  nervous  system  is  affected  at  each  sitting. 
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We  are  warranted  in  believing  that  in  nearly  all  nervous  diseases  the  cen- 
tral nervous  system  is  more  or  less  disturbed,  even  when  it  is  not  organi- 
cally diseased. 

2.  The  passive  exercise  that  results  from  the  vigorous  and  repeated 
muscular  contractions  produced  by  the  applications.  When  the  applica- 
tions are  thoroughly  and  skilfully  made,  vigorous  yet  agreeable  contrac- 
tions are  excited,  not  only  in  all  the  superficial  muscles,  but  in  the  deeper 
layers,  and  also  of  the  contractile  fibre-cells  of  the  stomach,  the  intestines, 
and  other  vital  organs.  The  augmentation  of  the  manifold  processes  of 
waste  and  repair  which  a single  sitting  causes  in  the  muscles  and  abdomi- 
nal organs  would  alone  powerfully  influence  nutrition,  even  though  the 
electric  current  exerted  no  direct  effect  on  the  nervous  system. 

That  the  tonic  effects  of  general  faradization  are  very  largely  due  to 
the  passive  exercise  which  it  produces  is  proved  clinically  by  the  fact 
that  when  a current  too  feeble  to  cause  muscular  contractions  is  used,  or 
when  the  muscles  are  neglected,  the  tonic  as  well  as  the  primary  effects 
of  the  treatment  are  much  less  marked. 

3.  Reflex  action  from  the  sensory  nerves.  The  reflex  effect  of  the 
faradic  current  even  is  very  powerful,  and  in  general  faradization  nearly 
all  the  superficial  sensory  nerves  are  acted  upon,  and  consequently  the 
whole  nervous  system  is  constantly  under  reflex  as  well  as  direct  influence 
of  the  current. 


CHAPTER  XL 


COMBINED  ELECTRIZATION,  OR  GALVANO-FARADIZATION. 

By  combined  electrization  is  meant  the  simultaneous  application 
through  the  same  electrodes,  of  the  two  forms  of  dynamic  electricity  : 
the  galvanic  and  faradic  currents. 

Many  years  ngo  we  wrote  as  follows  about  this  method : “In  order 
to  secure  the  advantages  of  both  currents  and  at  the  same  time  avoid 
the  trouble  and  inconvenience  of  employing  them  in  succession  or 
alternately,  as  is  sometimes  desirable,  we  have  devised  a method  of  using 
them  simultaneously.  To  this  method  we  have  given  a name  which 
sufficiently  expresses  its  character,  viz. : galvano-faradization.  Whether 
any  special  therapeutic  advantage  arises  from  the  simultaneous  use 

of  the  two  currents  we  are  unable  to  say.” 

On  account  of  the  ineflicicncy  of  aiiparatus  and  the  difficulty  of 
utilizing  the  combined  currents  the  method  was  long  held  in  abeyance; 
but  some  three  years  ago  we  were  again  induced  to  experiment  wit 

it,  because  of  a new  and  imjiroved  construction  which  was  then  bi  oug 
to  our  attention.  I'liis  ajiparatus,  with  some  necessary  modifications,  was 
described  in  the  New  York  Medical  Journal  of  March  5,  1898,  and  as 
since  constituted  a valued  part  of  our  electrical  outfit. 

More  recently,  however,  still  further  improvements  in  the  methods 
of  combining  the  two  currents  have  been  made,  and  in  the  apparatu 
thus  modified  we  have  an  almost  ideal  arrangement  for  every  possible 
utilization  of  the  dynamic  forms  of  electricity.  To  determine  the  dif- 
ferential indications  for  the  use  of  these  two  forms  of  electricity  is  some- 
times no  easy  matter.  We  know,  indeed,  that  the  faradic  is  a cuiicnt 
of  to-and-fro  motion,  of  constant  closing  and  breaking,  and  throug  1 
its  vibratory  action  gives  passive  exercise  to  both  deep  and  super hcia 
tissues.  We  believe  that  the  contractile  fibre-cells  are  influenced  moic 
powerfully  by  interrupted  high-tension  and  high-frequency  currents  t an 
by  the  chemical,  or  galvanic,  current,,  and  that  there  is  greater  s ini- 
ulation  of  waste  and  repair.  The  galvanic  current,  on  the  other  hand, 
with  its  far  greater  amperage,  affects  the  brain,  spinal  cord,  anc  synipc 
thetic  more  powerfully  than  currents  of  even  the  highest  tension  anc 
frequency.  This  high  amperage  gives  it  also  a far  more  poten  c c 
trolytic  and  thermic  action  and  a greater  influence  ovci  secic 
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Although  the  differences  between  the  two  currents,  and,  indeed,  between 
all  forms  of  electricity,  are  mainly  differences  of  degree  rather  than  of 
kind,  yet  so  widely  do  they  differ  in  some  of  their  physical  and  physio- 
logical manifestations  and  in  their  therapeutic  effects,  that  it  amounts 
practically  to  a difference  in  kind. 

It  has  always  seemed  to  us,  therefore,  that  the  combination  of  elec- 
tric currents  so  called  is  quite  as  rational  as  are  drug  combinations. 
Practically  we  have  found  such  to  be  the  case,  and  have  witnessed  some 
very  interesting  effects,  physical,  physiological,  and  therapeutic. 

Physical  Effects. — The  transference  of  substances  from  one  pole  to 
the  other,  the  production  of  heat,  and  the  regulation  of  endosmose  and 
exosmose  are  the  main  physical  effects  of  the  passage  of  electricity 
through  the  body.  The  faradic  current  alone  has  very  little  effect  on 
endosmotic  phenomena,  which  evidently  depend  on  the  chemical  rather 
than  on  the  mechanical  power  of  electricity;  but  the  galvanic  current 
stimulates  ordinary  endosmotic  action  in  a marked  degree.  Add,  how- 
ever, to  its  chemical  influence  the  mechanical  influence  of  the  faradic 
current,  and  we  get  even  greater  stimulation  of  the  endosmotic  phe- 
nomenon than  when  one  current  alone  is  used.  Increased  heat-production 
is  also  a noticeable  effect  of  combined  electrization. 

Physiological  Effects. — The  physical  as  well  as  the  chemical  and 
mechanical  effects  of  electricity  are  not,  like  physiological  effects,  peculiar 
to  the  living  body.  Inorganic  as  well  as  organic  substances  are  in- 
fluenced by  the  first  three,  while  the  latter  takes  place  only  by  virtue 
of  the  vital  properties  of  the  body.  Physiological  effects  cease  when 
life  ceases,  and  are  therefore  pre-eminently  important  in  the  study  of 
electricity  in  its  relation  to  the  human  body. 

The  physiological  effects  of  electricity  through  its  action  on  the 
nerve-supply  are  seen  mainly  in  its  influence  over  the  circulation  and 
on  secretion,  excretion,  and  absorption.  Both  currents  and  all  forms 
of  electricity  influence  the  circulation  and  the  secretory  and  excretory 
processes,  and  even  the  absorption  of  morbid  products  is,  in  all  prob- 
ability, accelerated  by  currents  of  low  as  well  as  high  amperage. 

The  average  ultimate  effect  of  electrization  is  to  increase  the  flow 
of  blood,  raise  the  temperature,  and  dilate  the  veins.  This  it  does 
through  its  influence  over  the  capillary  circulation,  which  is  regulated 
by  the  quantity  and  quality  of  the  innervation  that  it  receives. 

I he  combined  chemical  and  mechanical  effects  of  electricity  ought 
theoretically  to  heighten  innervation  more  vigorously  than  these  effects 
uncombined  the  one  with  the  other,  and  our  observation  and  experience 
has  fully  satisfied  us  that  the  method  under  consideration  increases  the 
effect  of  the  usual  methods  of  electrization  not  only  on  the  circulation, 
l)Ut  on  those  most  important  bodily  processes  : secretion  and  excretion. 

V\  hether  combined  electrization  is  equally  efficient  on  the  absorbents 
is  less  easy  of  demonstration. 
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Its  influence  over  secretion  becomes  immediately  evident,  subjectively 
as  well  as  objectively,  while  its  effect  on  absorption  is  wholly  objective, 
and  becomes  apparent  only  when  applications  are  made  to  fluid  or 
solid  deposits.  This  point  is  to  be  determined,  therefore,  by  the  syste- 
matic study  of  pathological  cases. 

Therapeutic  Effects— li  it  is  difficult  to  determine  the  differential 
indications  for  the  use  and  the  comparative  value  of  the  different  forms 
of  electricity  in  individual  cases  of  disease,  it  is  still  more  difficult  to 
say  just  to  what  extent  and  in  what  cases  combined  electrization  is 
superior  to  simple  or  single  electrization.  It  certainly  will  not  relieve 
pain  from  whatsoever  cause  as  readily  as  simple  electrization.  All  forms 
of  electricity — galvanic,  faradic,  static,  sinusoidal — will  relieve  certain 
conditions  of  pain,  as  is  well  known— one  succeeding  where  the  other 
fails,  and  vice  versa. 

The  pain  that  is  not  increased  by  pressure,  and  especially  if  pressure 
affords  any  manner  of  temporary  relief,  is  far  more  likely  to  be  benefited 
by  the  faradic  or  sivusoidat,  or  by  any  of  the  high-frequency  or  high- 
potcnticil  manifestations  of  electricity,  while  painful  parts,  sensitive  to 
pressure,  barring  the  hypcra;sthesia  of  hysteria,  arc,  as  a rule,  affected 
more  favorably  by  the  galvanic  current.  On  the  contrary,  combined 
electrization  seems  to  us  not  only  to  have  failed  in  several  cases  rep- 
resenting the  two  conditions  to  which  I have  alluded,  but  to  have 
increased  rather  than  to  have  allayed  pain.  We  can  account  for  this 
only  from  the  fact  that  in  the  impaired  sensibility  to  pressure  of  the 
one  condition  mechanical  effects  alone  are  called  for,  while  the  increased 
sensibility  of  the  other  calls  for  the  continuous  and  mor?  sedative  action 
of  the  current  of  chemical  action  uncombined  with  mechanical  effects. 

But,  if  combined  electrization  possesses  no  superiority  over  single 
electrization  in  the  relief  of  pain,  we  are  quite  sure  that  it  has  a field 
of  its  own  in  the  treatment  of  spasmodic  conditions.  Long  ago  a dis- 
tinguished English  physician  in  an  article  on  chorea  said  that  “elec- 
tricity is  another  agent  which  requires  a passing  mention  m this  place, 
though  all  that  can  be  said  respecting  it  is  that,  as  yet,  there  appears 
little  or  no  reason  for  placing  any  confidence  in  it  as  a means  of  treat- 
ment. Whether  this  will  always  be  the  case,  whether  there  are  not  modes 
of  using  electricity  which  will  have  the  effect  of  quieting  choreic  and 
analogous  movements,  remains  to  be  seen.  I suspect  that  there  are 
such  modes,  and  that  they  will  be  beneficial,  but  I have  not  yet  the 
facts  to  justify  the  expression  of  a belief  on  the  subject.” 

In  the  light  of  later  experience  this  seems  little  less  than  prophecy. 
We  now  know  that  electricity  does  benefit  chorea  and  other  spasmodic 
conditions  on  the  same  principle  that  it  benefits  neurasthenia  and  other 
functional  nervous  diseases,  by  reason  of  that  indirect  improvement  m 
nervous  force  which  is  a part  and  a result  of  the  general  improvemt 
in  nutrition. 

*C.  B.  Radcliff,  M.D.,  “On  Cholera,”  “Reynolds’s  System  of  Medicine,  186 
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Musculo-sedative  effects  are  obtained  in  greater  or  less  degree  by 
nearly  all  the  various  methods  of  electrization  and  in  a marked  degree 
by  combined  electrization. 

Its  superiority  in  this  respect  over  either  current  alone  has  been 
clearly  indicated  to  us  in  several  cases  of  local  spasm. 

In  a case  referied  to  us  by  Dr.  L.  Bolton  Bangs,  the  result,  though 
temporary  rather  than  permanent,  seemed  to  us  to  demonstrate  this 
superiority  very  positively.  The  case  was  one  of  urethral  spasm.  On 
introducing  the  electiode,  its  progress  was  arrested  by  a vigorous  mus- 
cular contraction,  first  in  the  middle  of  the  urethra,  and,  when  this 
was  overcome,  by  a second  spasm  in  the  deep  urethra. 

Steady  piessure  alone  would  successively  relax  these  spasms  after 
awhile,  but  under  the  influence  of  combined  electrization  the  spasm  re- 
laxed instantly,  and  the  electrode  entered  the  bladder  without  hindrance. 
Neither  the  galvanic  nor  the  faradic  current  alone  would  act  with  any- 
thing like  the  celerity  of  the  two  combined.  In  another  case  of  spasm 
of  the  pharynx  in  which  neither  current  alone  made  any  impression, 
the  spasmodic  action  invariably  yielded  to  combined  electrization.  In 
a case  of  facial  spasm  of  long  standing,  referred  by  Dr.  George  H.  Cocks, 
the  relative  superiority  of  combined  electrization  was  very  distinctly 
shown.  For  three  weeks  the  faradic  current  had  been  repeatedly  applied 
by  Dr.  Cocks.  Subsequently  we  ourselves  administered  the  galvanic 
current,  but  with  no  result.  Combined  electrizaition  was  then  attempted, 
and  resulted  in  a rapid  amelioration  of  every  spasmodic  symptom.  In 
a very  interesting  case  of  paralysis  of  the  diaphragm  we  were  able  to 
satisfy  ourselves  that  this  combination  of  mechanical  and  chemical 
effects  stimulated  the  phrenic  nerve  far  more  powerfully  than  either 
current  alone,  and  greatly  accelerated  the  recovery. 


CHAPTER  XII. 

CENTRAL  GALVANIZATION. 

The  object  in  central  galvanization  is  to  bring  the  whole  central  ner- 
vous system — the  brain,  sympathetic,  and  spinal  cord — as  well  as  the 
pneumogastric  and  depressor  nerves,  under  the  influence  of  the  galvanic 
current.  One  pole  (usually  the  negative)  is  placed  at  the  epigastrium, 
while  the  other  is  passed  over  the  forehead  and  top  of  the  head,  by  the  in- 
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3 ,09. -Central  Galvanization,  first  Stage.  Milliammeter 

^ fhc  pnic-astrium  the  other  on  the  cranial  centre,  the  hair  at  that  point  D g 
moistened.  Before  making  the  application  at  this  point  the  electrode  may  be  passe 

over  the  forehead. 


ner  borders  of  the  sterno-cleido-mastoid  muscles,  from  the  mastoid  fossa  to 
the  sternum,  at  the  nape  of  the  neck,  and  down  the  entire  length  of  the 

^^^^The  following  representations  of  the  principal  steps  in  the  method  of 
central  galvanization  were  made  from  photographs  taken  during  the  appli- 
cations. 


DETAILS  OF  THE  APPLICATIONS, 
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A female  patient  is  taken  in  order  to  show  that  this  method  in  its  en- 
tirety requires  little  or  no  exposure. 

Details  of  the  Applications. — We  do  not  always  make  the  applications 
all  over  the  head,  but  merely  on  the  forehead,  gently  passing  the  electrode 
from  one  side  to  the  other;  then  baptize  the  patient  on  the  cranial  cen- 
tre, at  the  top  of  the  head,  and  rest  the  pole  there  for  about  one  minute, 
and  sometimes  longer.  To  the  head  we  apply  from  three  to  thirty  milli- 
amperes — for  patients  vary  in  their  susceptibility — beginning  with  a weak 
current  and  gradually  increasing  until  a sour  or  metallic  taste  is  perceived 
in  the  mouth.  The  cranial  centre— the  summit  between  the  ears — we  re- 
gard as  the  most  important  region  of  the  head  in  all  electric  applications, 


Pig.  ho. — Central  Galvanization,  second  stage.  One  pole  same  position  as  before,  or  lower 
down,  and  the  other  passed  up  and  down  by  the  inner  border  of  the  steruo-cleido-mas- 
toid  muscle  from  the  auriculo-maxillary  fossa  to  the  sternum. 

and  especially  in  central  galvanization.  A current  passing  from  that 
point  to  the  epigastrium  traverses  the  centre  of  life — if  life  has  any  cen- 
tre— and  affects  the  sympathetic  and  the  roots  of  the  facial  nerves.  The 
sensation  produced  by  this  application  is  different  from  that  of  any  other 
application  to  the  head,  and  is  sometimes  indefinable. 

An  application  to  this  point  for  one  or  two  minutes  is  usually  about  as 
much  galvanization  as  the  brain  needs.  In  exceptional  cases,  where  the 
hair  is  thin  or  the  head  is  bald,  we  make  the  applications  all  over  the  sur- 
face, back  and  front.  In  applications  to  the  head,  care  should  be  taken  to 
avoid  sudden  interruptions,  or  shocks  that  cause  dizziness;  the  flashes  of 
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light  before  the  eyes  are  of  little  account,  but  nothing  is  gained  by  pro- 
ducing them,  and  they  are  annoying  to  the  patient. 

The  electrode  is  then  passed  down  the  inner  border  of  the  sterno- 
cleido-mastoid  muscle,  from  the  auriculo-maxillary  fossa  to  the  clavicle, 
for  the  purpose  of  affecting  the  pneumogastric  and  sympathetic.  We 
usually  make  the  application  on  both  sides,  and  from  one  to  five  minutes. 

In  galvanizing  the  spine,  especial  attention  is  given  to  the  cilio-spinal 
centre,  below  the  first  and  seventh  cervical  vertebrce,  which  is  to  the  spine 
what  the  cranial  centre  is  to  the  brain.  The  cervical  sympathetic  and 
pneumogastric,  as  well  as  the  spinal  cord,  are  affected  by  the  current. 


FIG  in  -Central  Galvanization,  third  stage.  One  pole  same  position  as  before,  or  on  the 
breastbone,  and  the  other  at  the  back  of  the  neck  between  the  first  and  seventh  cervical 

vertebras. 


The  electrode  should  also  be  passed  over  the  entire  length  of  the  cord  by 
labile  applications  up  and  down.  The  back  is  not  usually  sensitive,  and 
strong  currents,  from  ten  to  thirty  milliamperes,  can  be  borne  without  any 
more  discomfort  than  a burning  or  pricking  sensation  beneath  both  elec- 

The  back  maybe  treated  from  three  to  six  minutes,  and  the  whole  length 
of  the  stance  of  central  galvanization  ranges  from  five  to  fifteen  minutes. 

Preparation  of  the  Patient.— K\\  the  preparation  a male  patient  re- 
quires for  central  galvanization  is  to  unbutton  and  loosen  the  collar,  re- 
move the  coat  and  vest,  and  slip  up  the  whole  clothing,  so  that  free  access 

can  be  had  to  the  spine. 
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A female  patient  may  remove  her  corsets  and  slip  up  her  undercloth- 
ing, or  merely  loosen  the  clothing  at  the  neck  and  waist,  so  as  to  make 
room  for  an  electrode  to  be  passed  down  to  the  epigastrium,  and  for  a 
spinal  electrode  to  be  passed  up  and  down  the  back. 

Electrodes. — For  the  negative  electrode  at  the  pit  of  the  stomach,  any 
sponge  or  flannel  electrode  with  a broad  surface,  so  as  not  to  be  too  pain- 
ful, and  an  insulated  handle  that  the  patient  can  hold,  will  answer. 

For  the  positive  pole  we  prefer  fine  soft  sponges  of  different  sizes. 

Battery. — Almost  any  form  of  galvanic  battery  will  answer  for  central 
galvanization,  but  for  reasons  before  given  a battery  that  gives  a steady 
uniform  current,  and  that  is  provided  with  a rheostat,  is  preferable.  The 


Pig.  112. — Central  Galvanization,  fourth  stage.  One  pole  same  position  as  before,  or  over 
the  abdomen,  and  the  other  passed  beneath  the  loosened  clothing,  up  and  down  the 
cord,  from  the  seventh  cervical  vertebra  to  the  coccyx. 

Cabinet  battery  is  exceedingly  convenient  for  central  galvanization,  but 
the  street  current  if  properly  controlled  has  the  advantage  of  being  much 
less  variable  in  its  electro-motive  force  than  any  form  of  battery. 

The  method  of  central  galvanization  is  based  on  these  four  assump- 
tions, all  of  which  seem  to  us  justifiable: 

I.  That  in  a very  large  number  of  diseases,  and  especially  of  the  so- 
called  functional  diseases,  the  pathology  is  not  exclusively  confined  to  any 
region  of  the  brain,  or  sympathetic,  or  spinal  cord,  but  the  whole  central 
nervous  system  is  invaded  by  a condition  of  exhaustion  and  irritability. 
We  believe  this  to  be  true  not  only  of  hysteria,  chorea,  and  of  many  affec- 
tions allied  to  them,  but  of  certain  states  of  neuralgia  and  a number  of  dis- 
eases of  the  skin.  It  is  possible,  furthermore,  that  some  diseases  that 
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are  not  now  regarded  as  in  any  respect  of  a nervous  character  may  in  the 
future  be  shown  to  depend  so  closely  on  the  nervous  system  that  they  can 
be  most  successfully  treated,  not  through  their  varying  and  local  manifes- 
tations, but  through  the  brain,  spinal  cord,  and  sympathetic.  That  cer- 
tain diseases,  not  primarily  nervous,  do  so  affect  the  nervous  system  that 
they  need  to  be  treated,  in  part  at  least,  by  remedies  that  act  on  the 
nerves,  will  be  conceded  without  question. 

2.  That  a large  proportion  of  the  most  frequent  and  distressing  chronic 
diseases,  as  hysteria,  hypochondria,  neurasthenia,  chorea,  epilepsy,  ner- 
vous dyspepsia,  neuralgia,  and  many  forms  of  insanity,  are  so  obscure  and 
subtle  in  their  pathology  that  it  is  impossible  to  determine  the  precise 
seat  of  the  disease  in  any  given  case,  even  where  some  local  pathologic 
condition  may  exist,  and  consequently  we  can  never  know  just  where  the 
current  should  be  localized.  Even  when  the  seat  of  the  disease  is,  or  is 
supposed  to  be,  accurately  known,  if  a special  revelation  should  kindly 
inform  us  whether  epilepsy,  for  example,  takes  its  origin  in  the  brain  or 
in  the  sympathetic,  and  should  point  out  to  us  just  where  the  lesion  oc- 
curred, we  should  still  be  in  the  dark  in  regard  to  the  best  method  of  lo- 
calizing the  current,  for  without  another  and  still  more  complex  revelation 
we  could  not  determine  the  extent  to  which  all  other  parts  of  the  nervous 
system  had  been  affected  by  the  local  di.sease. 

The  force  of  this  objection  to  the  use  of  the  accepted  method  of  gal- 
vanizing the  brain  and  cervical  sympathetic  is  seen  when  we  attempt  to 
give  the  complete  pathology  of  any  of  the  diseases  we  have  just  mentioned, 
and,  indeed,  of  almost  any  nervous  disease  that  can  be  mentioned. 
Where  is  the  precise  seat  of  the  disease  in  nervous  dyspepsia?  We 
know  that  the  stomacli  is  weak,  and  we  prescribe  galvanization  of  the 
pneumogastric ; but  what  have  the  solar  plexus  and  the  spinal  cord  to  say 
in  the  matter?  Who  can  tell  just  how  not  only  they,  but  the  brain  itself, 
may  be  the  origin  of  nervous  dyspepsia,  or  how  much  they  share  in  the 
pathologic  disturbance,  and  consequently  how  much  they  need  treatment? 
After  eleven  centuries  of  medical  study,  who  can  tell  the  precise  and  ex- 
clusive seat  of  the  disease  in  epilepsy,  hysteria,  and  neurasthenia?  Is 
not  the  probability  continually  growing  stronger  with  the  advance  of  sci- 
ence, that  in  these  and  many  other  diseases  the  whole  or  a large  part  of 
the  central  nervous  system  shares  as  a cause,  or  result,  or  concomitant? 
Even  in  those  diseases  where  the  lesion  is  understood,  is  there  not  much 
more  of  the  unknown  than  of  the  known  ? In  locomotor  ataxia,  progres- 
sive muscular  atrophy,  spinal  congestion  and  irritation,  is  the  spine  only 
at  fault?  Do  the  sympathetic  and  brain  wholly  escape  the  infection? 
“ Evil  communications  corrupt  good  manners”  in  pathology  as  well  as  in 
morals,  and  the  communications  between  the  sympathetic,  and  cord,  and 
brain,  and  the  nerves  that  branch  from  all  these,  are  so  varied,  and  inti- 
mate, and  complex,  that  when  the  cord  is  known  to  be  diseased  we  very 
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naturally  incline  to  consider  the  other  parts  of  the  nervous  system,  like 
“ poor  dog  Tray,”  in  bad  company,  and  we  become  very  justly  suspicious 
of  their  character.  In  this  suspicion  we  are  justified  by  the  accepted 
views  of  the  functions  of  the  sympathetic,  and  by  the  clinical  signs  and 
symptoms  of  these  diseases. 

In  cerebral  hemorrhage  we  usually  know  the  general  locality  of  the 
disease,  if  not  its  precise  nature;  but  the  spinal  cord,  through  disuse, 
becomes  affected  with  secondary  degenerations,  and  the  organs  of  diges- 
tion also  more  or  less  sympathize. 

3.  That  the  nutrition  of  the  central  nervous  system  will  be  improved 
by  passing  through  it  a mild  galvanic  current. 

, That  in  the  great  majority  of  cases  of  so-called  functional  nervous  dis- 
ease, and  in  many  of  the  cases  of  special  structural  lesions,  nerve-tonics  are 
indicated,  will  be  questioned  by  no  one.  It  is  also  coming  to  be  pretty 
generally  admitted  that  electricity  is  something  more  than  a stimulant — 
that  it  is  a tonic  with  a powerful  sedative  influence.  Still  further,  it  is 
admitted  that  the  sedative  and  tonic  effects  of  electricity  can  be  obtained 
by  passing  the  current,  with  little  or  no  interruption,  through  any  part, 
the  nutrition  of  which  needs  to  be  improved. 

4.  It  is  impossible  to  exclusively  localize  the  current  in  the  cervical 
sympathetic,  hence  it  is  certain  that  the  good  results  that  in  some  in- 
stances follow  the  galvanization  through  the  neck  are  due  to  the  effect  of 
the  current  on  the  spinal  cord  or  pneumogastric,  as  well  as  to  the  cervical 
ganglia  of  the  sympathetic.  That  the  beneficial  effects  of  galvanizing  the 
neck  in  cases  of  nausea,  dyspepsia,  and  gastralgia,  are  due  in  part  if  not 
entirely  to  the  effect  of  the  current  on  the  pneumogastric,  is  more  than 
probable.  Conversely,  we  find  it  impossible  to  tell  how  far  our  attempts 
to  localize  the  current  in  the  pneumogastric,  by  placing  one  pole  at  the 
pit  of  the  stomach  and  the  other  by  the  inner  border  of  the  sterno-cleido- 
mastoid  muscle,  was  successful;  and  whether  the  benefit  derived  took 
place  through  the  pneumogastric,  the  sympathetic  alone,  or  through  both 
combined,  seems  beyond  the  power  of  mortal  skill  to  determine. 

Similar  difficulties  are  experienced  in  the  attempt  to  differentiate  the 
effects  of  galvanizing  the  brain;  how  much  the  results  of  applications  to 
the  he  .d  are  due  to  the  direct  or  reflex  action  of  the  current  on  the  brain 
itself,  how  much  to  its  action  on  the  cephalic  ganglia  of  the  sympathetic, 
and  how  much  to  its  action  on  the  roots  of  the  pneumogastric  and  the  up- 
per part  of  the  spinal  cord,  seems  in  the  present  state  of  the  sciences  of 
anatomy  and  physiology  absolutely  impossible  to  determine.  In  galvan- 
izing the  spine  we  are  puzzled  by  the  same  complications.  The  cervical, 
thoracic,  and  abdominal  ganglia  of  the  sympathetic,  with  their  enormous 
plexuses,  are  all  liable  to  be  affected  by  the  current  whenever  it  is  applied 
up  and  down  the  spine;  and  how  far  the  beneficial  results  of  galvaniza- 
tion are  due  to  the  effect  of  the  current  on  the  cord  itself,  and  how  far  to 
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its  effect  on  these  ganglia  and  plexuses,  only  a special  revelation  can  de- 
termine. 

Still  further,  the  subject  is  complicated  by  the  consideration  that  elec- 
tricity works  powerfully  by  reflex  action,  and  in  galvanizing  the  brain,  the 
cervical  sympathetic,  or  the  spine,  reflex  action  must  continually  take 
place  through  the  nerve-centres,  and  the  therapeutic  results  produced  by 
such  treatment  must  be  in  part  attributable  to  such  reflex  action. 

The  positive  pole  (anode)  is  applied  over  the  head,  neck,  and  spine, 
because  it  is  less  irritating  than  the  negative,  and  tends  to  diminish  irri- 
tability. The  majority  of  the  cases  for  which  central  galvanization  is 
used  are  in  a condition  of  abnormal  irritability,  and  need  the  calming 
effects  of  analectrotonos  rather  than  the  irritating  effects  of  catelectrotonos. 
To  this  rule  there  are  individual  exceptions;  there  are  cases  that  appear 
to  be  benefited  more  by  the  negative  than  the  positive  pole. 

The  negative  pole  (cathode)  is  placed  at  the  epigastrium,  because  the 
epigastrium  is  a good,  indifferent  point,  that  will  bear  well  the  irritating 
effect  of  catelectrotonos.  In  order  to  avoid  over-irritation,  it  is  well,  in 
very  sensitive  patients  and  when  long  applications  are  used,  to  change 
the  position  of  the  negative  electrode  by  moving  it  up  and  down  between 
the  sternum  and  abdomen. 

The  positive  and  negative  modifications  that  take  place  at  the  break- 
ing of  the  galvanic  current,  in  the  region  of  the  anode  and  the  cathode, 
probably  complicate  somewhat  the  effects  of  treatment — are,  indeed,  fac- 
tors of  some  importance  in  producing  the  effects,  and  not  unlikely  explain, 
in  part,  the  disagreeable  results  that  come  from  too  frequently  interrupting 
the  current  when  treating  nerve-centres.  The  positive  and  negative  mod- 
ifications can,  however,  be  mostly  avoided  by  using  a rheostat  of  some 
kind,  and  gradually  reducing  the  strength  of  the  current  to  a minimum 
before  the  electrodes  are  removed. 

Central  Galvanization  Compared  7vith  Localized  Galvanization  of  the 
Nome- Cent  res. — We  claim  for  central  galvanization  a distinct  and  separate 
position  among  the  different  methods  of  using  electricity  in  medicine, 
d'he  applications  of  the  galvanic  current  to  the  head,  the  neck,  and  the 
spine,  which  have  been  variously  used  by  electro-therapeutists  since  the 
time  of  Remak,  are  simply  forms  of  localized  electrization,  since  the  ob- 
ject aimed  at  in  all  of  them  is  to  localize  the  current,  as  far  as  possible, 
in  the  brain  or  some  portion  of  it,  in  the  cervical  ganglia  of  the  sympa- 
thetic, or  in  the  spinal  cord.  Then,  again,  in  all  these  forms  of  local- 
ized galvanization  of  the  nerve-centres,  the  poles  are  placed  near  each 
other  over  the  part  to  be  affected,  and  the  peculiar  action  of  both  poles  is 
felt,  so  far  as  is  possible  by  external  application,  in  the  organ  that  is 
treated. 

In  galvanizing  the  head,  for  example,  the  poles  are  applied  behind  the 
ears,  or  in  front  of  them,  or  one  is  placed  on  the  forehead,  and  the  other 
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on  the  occiput,  or  at  the  nape  of  the  neck.  In  galvanizing  the  cervical 
ganglia  of  the  sympathetic,  one  pole  is  placed  on  the  auriculo-maxillary 
fossa,  or  along  the  inner  border  of  the  sterno-cleido-mastoid  muscle,  while 
the  other  is  applied  at  the  back  of  the  neck.  In  galvanizing  the  spine, 
one  pole  is  placed  at  the  upper  or  lower  part,  while  the  other  is  passed  up 
and  down  the  entire  length,  or  kept  in  one  place,  or  both  may  be  moved 
up  and  down  the  entire  length  of  the  cord,  or  confined  to  any  portion,  as 
is  desired. 

But  in  central  galvanization  the  electrodes  are  so  placed  that  the 
whole  central  nervous  system  is  brought  under  the  influence  of  one  pole 
(usually  the  positive)  of  the  galvanic  current  at  one  sitting,  and  without 
any  important  change  of  position  of  the  negative  pole.  Besides  the  cen- 
tral nervous  system,  the  pneumogastric  and  the  stomach  itself  are  also 
affected ; in  a word,  the  great  centres  of  life,  of  health,  and  of  disease. 

Comparing  central  galvanization  with  localized  galvanization  of  the 
nerve-centres  by  the  effects,  we  find  differences  of  a most  marked  and 
interesting  character  exist.  The  ordinary  methods  of  galvanizing  the  cer- 
vical sympathetic,  the  brain,  or  the  spine,  do  not,  either  singly  or  in  com- 
bination, produce  the  powerful  tonic  results  that  are  frequently  obtained 
by  central  galvanization.  Sedative  and  tonic  effects  are  unquestionably 
produced  by  these  local  methods,  but  they  are  frequently  inferior  in  qual- 
ity and  degree  to  those  derived  from  central  galvanization  when  properly 
administered.  This  conclusion  is  derived  from  actual  trial  and  observa- 
Lon  of  cases.  Neither  the  temporary  nor  the  permanent  effects  of  local- 
ized plvanization  of  the  brain,  of  the  cervical  sympathetic  and  pneumo- 
gastric, or  of  the  spine,  are  as  satisfactory  in  many  cases,  even  when  they 
are  successively  used  at  the  same  sitting  and  with  the  same  time  and 
strength  of  current,  as  central  galvanization. 

Still  further,  experience  teaches  that  the  method  of  central  galvaniza- 
tion m Its  completeness,  is  more  serviceable  than  partial  or  incomplete 
applications  of  it.  Placing  the  negative  pole  on  the  epigastrium,  and  the 
Other  on  the  spine,  will  not  accomplish  the  full  effects  of  central  galvani- 
zation, although  so  far  as  it  goes  it  is  a good  method,  and  produces  seda- 

IV e and  tonic  effects.  To  confine  the  attention  to  the  head  and  neck 
alone,  also,  is  not  sufficient. 

C,mpared  with  General  Faradization.—Qomx^^Ang  central  galvaniza- 
n v,,t  general  faradization,  we  find  most  important  differences.  In 
used  ^ y galvanic,  in  the  other  only  the  faradic,  current  is 

In  general  faradization  the  application  is  made  not  only  over  the  cen- 
system,  but  over  the  entire  trunk,  and  especial  attention  is 
ization^^i,  ^ of  the  abdomen  and  extremities.  In  central  galvan- 

faHiz.i  is  to  affect  the  central  nervous  system;  in  general 

ion  e chief  aim  is  to  affect  the  muscular  system,  although  the 
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nervous  system,  central  and  peripheral,  is  affected  both  directly  and 
reflexly. 

Comparing  the  effects  of  central  galvanization  with  those  of  general 
faradization,  we  find  that  both  are  powerful  tonics,  and  are  adapted  for 
conditions  of  debility,  by  whatever  names  they  may  be  known.  For  some 
cases,  and  particularly  for  cases  associated  with  great  muscular  debility, 
general  faradization  is  more  effective  than  central  galvanization.  On  the 
other  hand,  in  cases  where  simply  exhaustion  of  the  nerve-centres  is  the 
leading  condition — as  hysteria,  chorea,  and  so  forth — central  galvaniza- 
tion is  oftentimes  far  superior  to  general  faradization. 

Central  Galvanization  Alternated  with  General  Faradization. — Some  of 
the  best  results  that  we  have  yet  seen  have  been  secured  by  combining  or 
by  alternating  the  two  methods. 

Sometimes,  after  general  faradization  has  done  all  that  it  is  capable 
of,  central  galvanization,  rightly  used,  helps  to  lift  the  patient  still 
higher.  In  cases  where  we  are  not  experimenting,  and  seek  only  the  best 
good  of  the  patient  in  the  shortest  time  possible,  we  use  in  succession,  or 
alternation,  and  with  changes  and  modifications,  all  the  principal  meth- 
ods— local  galvanization  of  the  brain,  of  the  cervical  sympathetic  and 
spine,  general  faradization  and  central  galvanization.  This  course  is 
found  to  be  oftentimes  justified  by  the  results.  The  improvement  is  more 
positive  and  more  permanent  than  when  a single  method  is  used  exclu- 
sively. 

Some  cases  we  treat  one  week  by  general  faradization,  the  next  week 
by  central  galvanization ; sometimes  we  alternate  the  methods  from  day 
to  day. 

There  are,  however,  cases  not  a few,  where  all  forms  of  faradization 
and  where  local  galvanization  of  the  nerve-centres  irritate  rather  than 
benefit,  but  in  which,  under  the  method  of  central  galvanization,  there 
is  sure  and  constant  improvement. 

Reply  to  Objections  against  Galvanization  of  the  Nerve-Centres.— It  is 
proper  here  to  consider  briefly  some  of  the  objections  that  have  been 
brought  against  galvanizing  the  nerve-centres  by  the  method  of  central 
galvanization,  or  by  any  form  of  local  galvanization.  These  objections, 
which  in  some  instances  have  come  from  persons  who  on  other  subjects 
are  well  informed,  are  of  a threefold  character. 

1.  That  the  current  goes  around  the  nerve-centres,  and  not  through 
them.  This  objection  is  fully  met  by  the  experiments  recorded  in  Electro- 
Physiology.  In  Electro-Physiology  will  be  found  detailed  experiments 

which  attempt  to  prove  both  pro  and  co7i. 

2.  That  we  do  not  completely  understand  what  the  current  does  when 
it  penetrates  the  nerve-centres— in  other  words,  the  rationale  of  the  effect 
of  electricity  on  nutrition  is  not  yet  an  exact  science.  This  objection  is 
just  enough,  considered  as  a fact,  but  considered  as  an  argument  it  at- 
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tempts  to  prove  too  much.  By  referring  to  Electro-Physiology  we  shall 
see  that  there  are  few,  if  any  remedies,  the  action  of  which  is  as  well  un- 
derstood as  electricity.  We  do  not  exactly  and  exhaustively  know  its  ac- 
tion on  the  nerve-centres,  neither  do  we  exactly  and  exhaustively  know  its 
action  on  the  peripheral  muscles  and  nerves,  and  if  this  objection  is  to 
hold  good  against  galvanization  of  the  nerve-centres,  it  must  also  hold 
good  against  all  peripheral  galvanization  and  faradization. 

3.  That  it  is  dangerous  to  apply  the  galvanic  current  through  the  head 
and  neck. 

Dr.  Anstie,  who  was  a very  strong  friend  of  electro-therapeutics  in 
general,  in  his  excellent  work  on  neuralgia,  speaks  of  galvanization  of 
the  cervical  sympathetic  as  a method  to  be  either  avoided  or  used  with 
very  great  caution,  and,  in  support  of  this  view,  adduces  a case  in  his  own 
practice.  The  error  of  Dr.  Anstie  consists,  not  in  enjoining  caution, 
since  this  is  needed  in  all  electric  applications,  but  in  suggesting  the  idea 
that  galvanization  of  the  cervical  sympathetic  is  a dangerous  procedure, 
likely  to  produce  serious  results.  Long  ago  the  late  Dr.  Brown-Sdquard, 
in  a foot-note  to  one  of  his  series  of  very  able  papers,  spoke  as  follows : 

“ Recently,  some  bold  physicians  have  tried  to  galvanize  the  cervical 
sympathetic  nerve.  This  I did  once  in  1855  on  my  eminent  friend  Prof. 
Ch.  Rouget,  to  try  to  relieve  him  from  a most  violent  headache. 

“The  effect  was  all  we  could  desire  against  the  headache;  but  the 
galvanic  current,  acting  at  the  same  time  on  the  sympathetic  and  the 
vagus  (the  simultaneous  excitation  of  these  two  nerves  cannot  be  avoided), 
produced  such  a dangerous  syncope,  that  I promised  myself  that  I would 
never  try  again  to  apply  galvanism  to  the  cervical  sympathetic  of  man.”  * 

The  best  reply  to  objections  of  this  nature,  coming  from  men  who  are 
justly  distinguished  in  the  departments  to  which  their  lives  are  devoted, 
is  found  in  the  argu7nefitum  ad  hontine7n. 

Dr.  Anstie  highly  recommends  hypodermic  injections  of  morphine  in 
neuralgia. 

If,  now,  we  should  say  to  him  that  we  knew  of  a case  where  an  in- 
jection of  morphine  had  almost  instantly  caused  most  alarming  symptoms, 
and  of  another  case  where  it  had  apparently  caused  death,  consequently 
we  had  resolved  never  again  to  use  that  method  of  treatment,  he  would 
reply  that  hypodermic  injections  had  been  tested  for  years  at  the  hands  of 
many  of  the  best  physicians  of  our  time;  that  those  who  are  most  familiar 
with  them  are  usually  the  most  attached  to  them;  and  that,  when  properly 
administered  with  the  caution  that  all  potent  remedial  measures  demand, 
and  the  skill  that  only  experience  can  give,  they  need  seldom  or  never  do 
serious  harm;  and  that  the  infinitely  small  chance  of  their  doing  harm, 
w en  thus  properly  used,  is  so  far  overshadowed  by  the  infinite  relief 

* Archives  of  Scientific  and  Practical  Medicine,  p.  92,  No.  i,  1873. 
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which  they  unquestionably  do  afford,  as  to  be  hardly  worthy  of  considera- 
tion in  the  practice  of  .those  who  have  made  themselves  familiar  with  their 
administration. 

Dr.  Brown-Sequard  has,  among  very  many  other  researches,  deserved 
w'ell  of  the  profession  for  having  given  an  explanation  of  the  action  of 
ergot  on  unstriped  muscular  fibre,  and  for  having,  on  the  basis  of  this  ex- 
planation, suggested  the  value  of  that  remedy  in  congestion  of  the  spinal 
cord. 

If,  now,  we  should  say  to  him  that  there  are  cases  where,  with  well- 
defined  symptoms  of  hyperaemia  of  the  cord,  ergot  at  once  aggravates  the 
symptoms,  we  should  but  state  the  truth  of  our  experience.  He  could 
reply,  however,  with  perfect  justice,  that  just  as  there  are  those  in  whom 
a single  strawberry  will  cause  most  disagreeable  symptoms,  or  those  to 
whom  a mouthful  of  mutton  is  a mouthful  of  poison,  just  so  there  are 
those  who,  whatever  their  disease  may  be,  cannot  bear  ergot;  but  that, 
when  wisely  used  by  those  who  know  what  they  are  about,  it  is  a remedy 
of  vast  and  various  efficacy. 

For  hypodermic  injections  of  ergot,  substitute  galvanization  of  the  cer- 
vical sympathetic,  and  our  reply  is  complete.  There  are  those  to  whom 
electricity,  liowever  administered,  is  a perfect  poison,  and  who  were  not 
born  to  be  treated  l)y  this  most  potent  of  remedial  agents.  There  are 
those  who  can  bear  it  in  well-nigh  limitless  doses. 

d'here  are  those  who  can  bear  it  and  wlio  are  benefited  by  it,  but  only 
when  given  witlr  delicacy  and  great  caution.  Now,  it  is  possible  to  gal- 
vanize the  cervical  sympathetic  in  all  three  classes,  except  the  first,  witlr- 
out  doing  any  serious  injury,  permanent  or  temporary.  Even  those  who 
are  tlae  most  susceptible  to  electricity,  for  whom  this  force  can  never  be 
beneficial,  can  yet  be  treated  by  the  method  of  central  galvanization, 
with  very  mild  currents  and  short  sittings,  and  a rheostat  of  some  kind 
to  avoid  interrupting  the  current,  without  any  permanent  or  temporary 
injury. 

All  our  most  potent  remedies  are  dangerous  when  used  dangerously. 

4.  That  the  cases  which  have  been  treated  by  galvanization  of  the 
brain  have  been  so  carelessly  and  unscientifically  studied,  and  so  reck- 
lessly reported,  that  they  have  no  scientific  value.  Dr.  Cyon,  in  particu- 
lar, declares  that  the  observations  that  are  given  as  proofs  of  the  curative 
■effects  of  galvanizing  the  brain  are  valueless.  This  statement  is  unfair. 
What  is  true  of  certain  electro-therapeutists  is  not  true  of  all.  The  thera- 
peutics of  galvanization  of  the  brain  have  been  studied  by  men  who  have 
been  trained  to  the  habit  of  close  and  discriminating  observation;  who 
recognize  and  bear  constantly  in  mind  the  enormous  complications  that 
beset  all  therapeutics;  who  have  worked  under  the  gaze  of  watchful  skep- 
tics, and  with  the  everlasting  motto,  post  hoc  ergo  propter  hoc,  incessant  y 
ringing  in  their  ears;  men,  too,  who  have  carried  conscience  into  science, 
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and  have  reported  the  results  to  the  world  just  as  they  were  revealed  to 
them. 

It  is  of  very  little  practical  consequence  whether  these  effects  are  due 
to  the  direct  passage  of  the  current  through  the  brain  or  to  the  reflex  ac- 
tion of  the  current  on  the  brain  through  the  sensory  nerves.  Reflex  action 
comes  in  to  explain  the  therapeutic  effects  of  electricity,  however  and 
wherever  applied.  Granting  for  one  moment,  what  is  not  true,  that  mild 
currents  cannot  penetrate  the  brain,  this  would  be  no  reason  whatever  for 
abandoning  the  electric  treatment  of  the  brain  so  long  as  experience  shows 
that  benefit  is  derived  thereby. 


CHAPTER  XIII. 

STATIC  ELECTRICITY. 

This  chapter  will  be  devoted  to  a practical  presentation  of  those  fea- 
tures of  this  subject  most  useful  to  the  physician  of  to-day. 

Although  the  early  history  of  static  electricity  is  very  remarkable,  show- 
ing an  experimental  research  into  its  nature,  physiologic  effects,  and  clini- 
cal results  which  have  hardly  been  surpassed  in  our  own  time,  and  to  the 
reports  of  which  modern  investigators  are  greatly  indebted,  yet  we  cannot 
in  this  chapter  narrate  the  interesting  story  of  its  eighteenth-century  de- 
velopment, the  gradual  evolution  of  frictional  machines  into  the  more 
powerful  induction  apparatus  of  present  date,  or  note  the  distinguished  in- 
dividual names  identified  with  every  step  of  progress  since  Guericke’s  re- 
volving sulphur  ball.  The  chapter  on  Electro-Physics  and  other  sources 
may  be  consulted  for  information  of  this  character,  while  we  proceed  di- 
rectly to  the  study  of  static  electricity  as  we  know  it  to-day  and  employ  it 
for  therapeutic  purposes. 

Apparatus— essential  modern  apparatus  is  the  Floltz  type  of  in- 
duction machine  containing  not  less  than  six  revolving  glass  plates, 
twenty-six  or  twenty-eight  inches  in  diameter,  and  ranging  above  this 
size  to  twelve  plates  of  thirty  and  thirty-six  inches  in  diameter.  We 
prefer  and  use  this  latter  size,  from  which  more  powerful  and  better 
results  are  undoubtedly  obtained. 

The  Holtz  induction  machine  is  dependent  for  satisfactory  operation 
upon— (i)  A means  to  charge  it;  (2)  a means  to  revolve  it. 

The  lack  of  convenient  and  reliable  means  to  serve  these  two  pur- 
poses has  long  been  the  main  obstacle  to  the  use  and  popularity  of  static 
electricity  rather  than  the  commonly  stated  fact  that  the  apparatus  was 
bulky  and  expensive.  It  is  obvious  that  mere  considerations  of  a few 
cubic  inches  in  the  size  of  a valuable  therapeutic  appliance,  or  of  a very 
small  addition  to  its  cost,  cannot  be  seriously  regarded  as  outweighing  the 
demonstrated  worth  of  an  important  curative  agent  and  preventing  its  em- 
ployment in  progressive  medicine. 

A small  frictional  machine  of  the  Wimshurst  type  has  lately  been  pvo- 
vided  as  a charger  which  entirely  removes  the  chief  cause  of  disappoint- 
ment in  the  former  use  of  static  electricity.  This  charger  will  produce  a 
current  by  direct  friction  under  all  conditions  of  the  atmospheie.  t may 


Fig.  113.  Illustrating  the  Application  of  the  Static  Vibratory,  or  Wave  Current. 

The  patient  is  connected  with  one  pole  of  the  apparatus  (it  is  practically  im- 
material which)  while  the  other  pole  is  grounded— either  by  dropping  the  chain  to  the 
noor-or  preferably  by  connecting  it  with  the  nearest  gas  fixture.  One  or  many 
nections  can  be  made.  In  the  illustration  the  connections  are  multiple  thus 
economizing  time  by  enabling  the  physician  to  treat  various  localities  at  the  same  time. 

be  from  one-half  to  five  inches  in  length,  according  to  the  vigor  of 
to  nr  desired.  The  best  electrodes  are  pieces  of  flexible  block  tin  bound 

moist  irritation  they  may  be  covered  with 

current  1,°’'  cotton.  The  general  effect  of  this  oscillatory 

the  nutrif*™^  quantity,  but  of  enormously  high  frequency  and  potential  is  to  influence 
tne  nutritive  processes. 

increased  and  sluggish  circulatory  conditions  accelerated,  so  that  its 
has  been  II!  therapeutics  efficient  in  many  conditions.  Its  utility 

Kenerll  neuritis,  in  neuralgia,  in  chronic  joint  affections  and  as  a 

. It  is  entirely  painless  and  as  a rule  most  agreeable  in  its  effects. 
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be  constructed  inside  the  case  of  the  Holtz  machine,  thus  increasing  its 
dimensions  materially,  or  it  may  be  obtained  in  a separate,  portable  case 
to  be  brought  into  use  only  when  actually  needed. 

Throughout  ten  months  of  the  year  in  this  climate  a properly  cared- 
for  Holtz  machine  will  rarely  discharge  itself  and  gives  little  or  no 
trouble  on  this  account,  but  inasmuch  as  it  is  utterly  useless  until  it  is 
recharged,  the  importance  of  a ready  means  of  doing  this  is  equal  to  the 
total  value  of  the  major  apparatus.  With  the  Wimshurst  charger  at  hand 
we  no  longer  suffer  annoyance  in  this  respect. 

For  means  to  turn  the  static  machine  we  may  employ  an  electric  motor 
run  by  a street  current  if  it  is  available,  or  a water  motor  if  facilities  for 
using  it  exist;  or  we  may  get  equally  good  results  by  hand  power,  al- 
though in  this  case  the  necessity  of  an  assistant  or  the  presence  in  the 
office  of  a servant  may  at  times  be  an  objection.  Storage  batteries  are  not 
yet  quite  satisfactory  for  operating  static  machines,  and  few  if  any  have 
been  so  employed  previous  to  this  date.  Improvements  are  now  antici- 
pated which  will  probably  permit  their  use  under  favorable  conditions  in 
the  early  future. 

The  illustration  (Fig.  1 13)  sufficiently  represents  the  mechanic  source 
from  which  we  obtain  static  electricity  of  high  potential.  It  is  a Holtz  in- 
duction machine  containing  a Wimshurst  charger.  The  illustration  also 
shows  the  oi^erating  platform  in  position  with  the  upright  standard  hold- 
ing in  position  the  pointed  rod  for  the  application  of  the  static  spray. 
'I'he  ball,  the  roller,  and  other  necessary  electrodes  are  seen  hanging  at  the 


right  of  the  machine. 

A protecting  case  so  constructed  as  to  be  as  nearly  as  possible  air-tight 
is  of  great  service  in  excluding  the  entrance  of  dust  and  moisture  from 
without,  which  would  seriously  affect  the  current.  With  this  machine  are 
furnished  several  sizes  of  Leyden  jars,  an  insulating  platform,  and  a set  of 
the  peculiar  and  characteristic  electrodes  with  which  applications  are 
made,  and  which  have  come  down  to  us  with  little  alteration  in  type  or 
method  of  use  from  the  older  electricians  of  the  past  century.^  A standard 
for  holding  any  electrode  with  which  a continuous  application  is  being 
made  is  equally  essential.  It  is  important  that  the  platform  should  have 
rounded  corners  and  substantial  glass  supports  in  order  that  insulation 
shall  be  as  complete  as  possible.  The  matter  of  groundings,  both  for  the 
inactive  pole  of  the  machine  and  for  certain  electrodes,  is  of  prime  impor- 
tance in  securing  the  best  results.  It  is  advisable  to  have  two  separate 
metallic  conductors  to  moist  earth,  although  some  are  in  the  habi 
of  simply  dropping  a chain  from  the  machine  to  the  floor  in  grounc  - 

For  more  than  a hundred  years  and  until  quite  recent  times  and  the  in- 
troduction  of  large  induction  machines,  direct 

tween  the  patient  and  current  was  the  general  rule.  Modern  improv 
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ments  have  led  to  more  wasteful  methods  of  application 
this  fact  we  may  find  an  explanation  of  the  difference  in 
reported  by  some  observers. 


and  probably  in 
clinical  results 


Pig.  115.— Spark  Electrodes. 


Fig.  116. -Carbon  Electrode  for  Spray  Applicatioi 


Fig.  117.— Massage  Roller. 


PlG^Handles  and  Sponges  for  Leyden  Jar  Currents. 


Thp  1 Electrode,  Metal  Point.  Chain-Holder. 

cuit  is  usuflly°cited^^3  Si^e  m^"^ 

y cited  as  the  measure  of  the  power  of  the  machine.  This 
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spark  should  be  thick,  and  exhibit  volume  as  well  as  length  of  leap  (ten, 
twelve,  or  more  inches,  according  to  the  radius  of  the  plates),  but  it  is  not 
applied  to  the  patient  in  this  form. 

Electrodes. — Among  the  dozen  various  electrodes  furnished  by  manu- 
facturers of  static  machines  those  illustraetd  above  are  most  frequently 
employed  The  metal  point  and  ball  electrodes  are  the  principal  ones, 
while  besides  these,  operators  possessed  of  original  ingenuity  will  devise 
such  special  modifications  as  their  cases  call  for. 

Place  in  Medicme.—Hh^  opposite  views  expressed  at  different  times  by 
different  observers  in  regard  to  the  value  of  electricity  in  medicine  have 
reached  their  most  contradictory  extremes  in  discussing  the  static  form  o 
current  In  grouping  conflicting  views  together  one  very  noticeable  fact 
is  made  clear,  viz.,  that  the  advocates  of  static  electricity  in  general  speak 
from  abundant  personal  experience  with  it,  while  those  who  denounce  it 
have  usually  had  little  or  no  experience  with  it  in  actual  practice 
attempt  to  fairly  establish  the  verdict  of  the  profession  in  regard  to  tlie 
recognized  merits  of  this  form  of  current  was  made  a year  ago  by  Dr 
H.  Lnell,*  of  Brooklyn.  A presentation  was  made  of  the 
opinions  of  thirty  different  writers.  Of  these,  twenty-two  accorded  to  it  a 
recognition  of  worth,  varying  all  the  way  from  occasional  ° 

superiority  over  faradic  currents  and  equal  value  with  galvanism  g 
of  the  thirty  authors  expressed  unfavorable  opinions  at  one  time,  but  fo 
of  diel  afLward  retrlcted  their  previous  statements  and  were  convinced 

'q^rfoS^linrU^^^^^^  opinions  remaining  were 

merely  the  expression  of  men  admittedly  uninformed  on  the  subject  of 
static  ^electricity,  and  whose  views  therefore  could  have  no  ; 

We  cannot  perhaps  do  better  in  stating  our  own 
here  the  remarks  which  appear  over  our  signature  in  the  citations 

’“'‘'.‘'1“  gard  staUc  e.ec.ricUy  as  a ,aost  valuable 

mpntariurn  No  one  who  expects  to  meet  the  demands  of  all  die  varyi  g 

course  differ  as  to^hich  of  the  various  manifestations 

an7comparative  trial,  my  own  judgment  is  that  *e 
electricity  properly  utilized  (and  I 'mphas.ze  this  po.nt 
care  and  detail  are  called  for  than  in  the  use  of  static  electr  yi 
* ‘ ‘ Practical  Chapters  on  Static  Electricity. 
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a wider  field  of  therapeutic  usefulness  than  the  static  form;  but  each  form 
has  its  special  uses  and  adaptations,  and  all  are  indispensable  to  him  who 
makes  much  use  of  electricity  in  medicine.” 

It  is  certain,  however,  that,  quite  apart  from  any  theoretical  estimate 
of  the  medical  properties  of  electricity  derived  from  the  Holtz  induction 
apparatus,  the  usefulness  of  the  machine  itself  will  be  what  the  operator 
makes  it,  and  no  more. 

Brilliant  clinical  results  can  be  anticipated  only  from  the  combination 
of  an  effective  machine  and  a skilful  operator,  for  they  do  not  follow  upon 
the  mere  routine  administration  of  this  current,  which  has  no  recognized 
electrolytic  action.  In  many  respects  static  electricity  is  the  exact  antip- 
odes of  galvanism.  The  contrast  is  especially  marked  in  their  thera- 
peutic relation  to  resistances. 

Character  of  Current. — Static  electricity  is  a high  potential,  high  fre- 
quency form  of  current.  Its  disruptive  discharges  are  oscillatory  and 
sinusoidal  in  character.  The  direct  current  from  the  static  machine  is 
not  only  so  deficient  in  volume  as  to  be  devoid  of  appreciable  chemic  and 
electrolytic  effects,  but  is  so  slender  a stream  that  without  accumulating 
and  condensing  it  under  the  powerful  stress  of  high  insulating  resistances 
we  could  not  employ  it  successfully  in  medicine. 

The  essential  accumulation  is  accomplished  by  means  of  the  platform 
placed  upon  non-conductors  (glass  legs)  which  compel  the  current  to  sat- 
urate the  patient  before  escaping  to  the  earth,  and  also  by  means  of  Ley- 
den jars  of  various  sizes. 

In  the  form  of  the  static  charge— the  so-called  electric  bath — this 
electric  manifestation  is  absolutely  unique.  No  other  apparatus  enables 
us  to  administer  a similar  application.  In  furnishing  us  also  the  thera- 
peutic breeze  and  spark  the  static  machine  stands  alone  among  the  im- 
plements in  our  hands,  for  although  powerful  Ruhmkorff  coils  and  alter- 
nating current  dynamos  will  produce  sparks,  they  are  not  adapted  to 
medical  usage  except  in  the  matter  of  x-ray  production. 

I he  electro-motive  force  of  the  static  current  far  transcends  that  of  the 
medical  faradic  coil.  Its  high  potential  varies  with  the  conditions  under 
which  it  is  generated,  but  the  maximum  obtainable  with  a large  Holtz 
machine  is  estimated  at  thousands  and  even  millions  of  volts.  In  respect 
to  frequency,  the  periodic  currents  from  the  static  machine  are  capable  of 
in  nite  variation.  We  may  so  regulate  the  discharge  as  to  produce  but  a 
sing  e interruption  per  second  or  minute;  or  may  by  mere  manipulation 
o t e apparatus  or  by  the  interposition  of  step-up  transformers  increase 

IS  rate  to  a thousand,  a million,  or  billion  or  more  oscillations  per 
second.  * 

. range  of  periodicity  in  the  best  induction-coil  apparatus  furnished 
slow  interrupters  is  within  about  30,000  per  minute, 
en  we  consider  the  extraordinary  modifications  we  may  make  at 
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will  in  the  electric  product  of  the  static  machine  it  assumes  an  interest 
vastly  beyond  its  ordinary  recognition  in  routine  practice.  Its  remark- 
able inductive  effects  especially  are  deserving  of  careful  study,  as  they 
take  us  into  a therapeutic  field  unknown  to  the  observer  of  galvanic  and 
faradic  administrations  alone. 

Reverse  of  the  Static  Charge.— Tht  polarity  of  the  static  machine  occa- 
sionally reverses  itself,  so  that  the  positive  prime  conductor  becomes  neg- 
ative. This  tendency  renders  it  advisable  for  the  operator  to  always  as- 
certain the  polarity  of  his  machine  before  arranging  the  connections  for 
treatment.  Both  the  means  of  detecting  the  positive  pole  and  of  correct- 
ing the  reversed  charge  are  described  by  Monell,*  substantially  as  fol- 
lows: Start  the  machine  into  action  with  the  sliding  poles  in  contact. 
On  drawing  them  apart  sufficiently  the  stream  of  passing  sparks  is  bjig  ff 
near  the  positive  pole  and  tinted  violet  near  the  negative.  Also,  if  the 
head  of  an  ordinary  match  be  applied  to  either  pole  so  as  to  intercept  the 
snark  it  will  not  deflect  the  stream  reaching  the  negative  pole,  but  by 
slowly  moving  the  match  over  the  surface  of  the  positive  ball  from  whici 
the  spark  stream  leaps  through  the  air  gap,  the  discharge  will  be  broken, 
split  into  fragments,  and  may  be  attracted  by  the  operator  through  a space 
of  the  diameter  of  the  electrode.  Again,  draw  the  poles  apart  until  tl  e 
brush  discharge  is  visible  at  one  pole  only.  This  will  resemble  th 

classic  fox’s  tail  and  indicate  the  positive  charge. 

To  lessen  the  tendency  of  the  Holtz  machine  to  reverse,  the  inventor 
introduced  an  ingenious  diagonal  conductor  between  the  upper  and  lower 

T",e°VtabiuTo£  charge  is  also  still  further  increased  by  heavily 

insulating  this  bow-rod  with  vulcanite. 

If  either  situation,  with  reference  to  the  arrangement  of  his  office  a 
operating  groundings,  is  equally  convenient  to  the  physician,  l'>s  o y 
c^cernlm  relate  to  knowing  at  which  end  of  the  machine  he  will  find 
the  polarity  he  desires.  In  some  instances,  however,  especially  in  room 
cS  Urn  tersize,  it  is  practically  important  to  have  the  positive  charge  re- 
llrcrnsmnt  in  one  situation  with  reference  to  the  groundings  and  to 
the  convenience  of  the  application  to  the  patient  To  accomplish  ^ 
when  a reverse  has  occurred,  discharge  the  machine,  place  the  slid  g 
poles  in  proximity,  and  subject  the  positive  end  of  the  status 
t inr  tr>  dislodee  the  charge  and  cause  it  to  again  shif  . 
ItT^f'rcCliil  depend  on  the  --spheric  coi— 
and  this  will  control  the  amount  of  jar 

* Medical  Record,  February  24111,1894. 
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porting  the  upper  set  of  diagonal  combs,  or  tap  the  prime  conductor  (first 
removing  the  large  ball),  or  very  slightly  lift  the  end  of  the  case  and 
drop  it  to  the  floor  with  a jolt.  If  the  charge  proves  more  tenacious,  both 
end-doors  of  the  case  may  be  opened  to  admit  outside  atmosphere  to  the 
plates,  which  is  promptly  effective  in  hastening  the  result. 

Physiologic  Effects. — It  is  exceedingly  difficult  to  speak  comprehen- 
sively of  the  action  of  static  electricity  upon  and  within  living  tissues, 
and  at  the  same  time  appear  to  avoid  exaggeration.  If,  however,  it  is 
borne  in  mind  that  different  forms  of  application — in  fact,  essentially 
different  doses — as  well  as  differing  individual  idiosyncrasies  influence 
and  modify  the  results,  and  that  in  no  case  will  all  described  effects  be 
witnessed  in  one  person,  we  shall  see  that  our  ground  is  similar  to  that 
of  investigators  of  drug  action,  who  report  the  physiologic  effects  of  mer- 
curj’’,  for  example,  as  a single  agent,  but  administer  it  in  practice  in  prep- 
arations of  various  activity  and  strength. 

If  electricity  would  do  in  every  case  what  it  is  trustworthily  reported 
to  do  in  a very  great  range  of  cases,  it  would  indeed  be  well-nigh  a pana- 
cea ; but  we  may  derive  ample  encouragement  from  a fair  study  of  its  re- 
sults to  believe  that  its  proportion  of  failures  is  not  greater  than  those  of 
drugs  deemed  most  reliable  in  their  action. 


Considered  as  a whole,  therefore,  we  may  say  that  static  electricity 
may  increase,  diminish,  arrest,  or  otherwise  modify  or  regulate  functional 
processes.  It  affects  secretion,  excretion,  oxidation,  absorption,  reflex  ac- 
tion, sleep,  respiration,  circulation,  and  nutrition.  By  reason  of  its  high 
potential,  it  possesses  a power  of  condensation  and  accumulation  which 
gives  it  great  diffusiveness  and  enables  it  to  affect  the  entire  system.  In 
the  medical  administration  of  it  there  are  two  notable  limitations  to  its 
effects,  to  wit,  electrolytic  decomposition  and  cauterization;  but  apart 
from  these  its  possible  influence  extends  into  and  runs  parallel  with  the 
entire  range  of  effects  obtained  from  every  other  known  description  of 
electro-therapeutic  currents.  In  utilizing  some  of  these  effects  the  static 

machine  is  more  satisfactory  than  chemic  batteries,  and  in  other  cases  it 
IS  less  so. 

The  static  spark  causes  groups  of  muscles  to  jump.  It  is  probably 
t e most  powerful  stimulus  to  nerve  and  muscle  reaction  that  can  be  safely 
app  ied,  and  rapidly  imparts  tonicity,  lightness,  buoyancy,  and  firmness 
0 soft,  lax,  and  enfeebled  muscle  tissues.  Where  the  thick,  heavy  spark 
s ri  es  the  surface  it  causes  a vaso-motor  constriction,  blanching  the  skin. 

IS  soon  gives  place  to  a dilatation  with  redness,  and  usually  a wheal  is 

fac^^th  tangling  and  a sense  of  heat.  Beneath  the  sur- 

edl^  ^ spark,  by  its  powerful  stimulus  to  muscular  contraction,  undoubt- 
aff^t^^^t  extensive  molecular  alteration  in  the  tissues.  It  thus 

tp  ^^1^  ^ ^ nutrition  of  a part,  breaks  down  and  disperses  exudation  ma- 
terial, and  gives  relief  to  certain  varieties  of  pain. 
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Static  electrification  increases  the  excretion  of  urea  and  lessens  the 
uric  acid  in  the  system  by  promoting  oxidation.  It  increases  both  appe- 
tite and  digestion,  and  also  the  body  weight  when  the  latter  has  been 
reduced  by  impaired  nutrition.  It  lowers  the  blood-pressure,  causes  a 
gentle  perspiration  to  ensue,  accompanied  by  a general  sense  of  well- 
being. Under  the  influence  of  general  static  electrification,  the  heart-beats 
undergo  a change,  viz.,  if  slower  than  normal  they  may  be  increased  ten 
to  twenty  beats  per  minute;  or  if  too  rapid  they  may  be  reduced  in  fre- 
quency. Without  here  attempting  to  account  for  every  possible  variation 
in  the  effects  produced  by  different  applications,  our  chief  interest  con- 
cerns those  general  and  best-proven  effects  which  relate  to  nutrition,  dis- 
ordered function,  and  pain.  It  promotes  the  nutrition  of  every  part  it 
excites.  It  produces  marked  local  and  general  circulatory  effects,  it 
excites  to  functional  action  the  whole  nervous  system,  fibre,  cell,  and  cen- 
tre-motor, sensory,  special  sense,  secretory,  sympathetic,  vaso-motor,  etc. 
It  promotes  metabolism  and  tissue  changes.  On  the  skin  it  can  be  ap- 
plied as  either  a counter-irritant  or  a sedative.  It  can  also  vesicate  if  e- 
sired  While  its  influence  upon  nutrition  may  in  some  cases  be  very 
marked,  and  in  chronic  cachexias  is  nearly  always  decided,  yet  it  appears 
to  make  little  or  no  impression  upon  a person  in  normal  health  _ affecting 
in  these  cases  only  the  local  alterations  due  to  its  mechanic  action  at  tie 

^’°'Tt  irprofitless  to  discuss  the  question  as  to  which  of  the  three  familiar 
forms  of  electricity  possesses  the  greatest  nutritional  value  As  we  have 
need  for  them  all,  and  as  the  particular  results  of  either  galvanic,  faiadic, 
"Static  current,  .ill  depend  so,ne*ha.  upon  the  .kill  of  °pera«r  who 
employs  them,  a merely  academic  comparison  avails  nothing  We  a 
recognize  the  advantage  of  a change  of  remedies  at  times,  and  with  the 
aid  of  three  forms  of  electric  currents,  each  of  which  supplements  an  r - 
l^^trLsTre  other,  our  re.ults  are  tar  ntore  satisfactory  than  ,t  we  rehed 
uDon  either  galvanization  or  faradization  alone. 

^ The  electric  tension,  so  to  speak,  in  which  the  molecular  constituen  ^ 
of  the  body  may  be  maintained  during  a powerful  static  charge,  is  sug- 
I d by  the  action  of  loose  fibres  of  the  patient’s  c otinng  and  ti  e 
Wer  and  drier  hairs  upon  his  or  her  head.  These  all  respond  to  tl« 

electric  law  that  opposites  attract,  and,  attracted  by  the 

f-  r-linrp-ed  obiects  ill  the  surrounding  room,  the  positiv  y 
wl  potenttrpatte^  is  at  every  point  subjected  to  a very  re- 

rfable  influence  A bunch  of  threads  or  pieces  of  cotton  twine  twen^ 
markable  be  caused  to  stand  out 

or  A.,  Lr  be  let  down  and  direct  metallic  con- 

:ecti'onrr:beL:n“^  and  a powerful  machine,  a rather  aston.sh- 
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Static  electricity  is  renewed  by  recent  observations  of  the  effects  obtained 
with  so-called  high  frequency,  high  potential  current.  We  have  only  to 
interrupt  the  usual  static  current  or  to  further  modify  it  by  means  of  con- 
densers (Leyden  jars)  or  transformers  (induction  coils),  to  possess  in  our 
own  hands  the  means  of  repeating  those  brilliant  effects  with  which  Tesla 
and  Thomson  astonished  the  world  in  i8gi,  and  of  producing  at  will  all 
that  is  claimed  by  d’Arsonval,  Apostoli,  Berlioz,  and  others  for  the  sinu- 
soidal apparatus  employed  by  Kellogg  in  this  country  long  before  the 
French  observations  were  made. 

It  is  noteworthy  that  the  methods  of  general  electrification  so  far  in- 
corporated into  medical  usage  involve  in  all  cases  a periodic  induction 
current.  These  are:  i.  General  faradization  (Rockwell).  2.  Static  in- 
duced current  (Morton).  3.  Sinusoidal  application  (Kellogg).  4.  Vi- 
bratory potential  alternation  (Monell). 

Of  these  methods  two  are  directly  administered  through  the  agency  of 
the  static  machine.  All  four  of  them  may  be  if  so  desired,  and  even  the 
Tesla  oscillator  suggests  no  therapeutic  effects  which  may  not  be  substan- 
tially duplicated  by  some  modification  of  the  interrupted  static  current. 
In  expert  hands,  therefore,  this  many-sided  machine  possesses  a unique 
interest  and  fills  a singular  place  in  medicine. 

The  Static  Breeze. — In  this  application  a local  effect  is  concentrated  at 
any  desired  point  of  the  patient’s  body  while  undergoing  general  electrifi- 
cation, by  utilizing  the  law  that  unlike  electric  potentials  attract.  The 
breeze  may  be  applied  to  the  head,  spine,  or  any  other  portion  of  the 
body,  and  either  through  the  ordinary  garments  or  directly  upon  the  un- 
covered surface.  Both  the  effects  and  sensations  of  the  breeze  vary  with 
the  method  of  applying  it  and  according  to  the  resistance  through  which 
it  passes  to  the  tissues.  A pointed  electrode  grounded  or  connected  to  the 
opposite  pole  of  the  static  machine  is  brought  near  to  the  patient  at  any 
situation  indicated.  Attracted  by  the  opposite  potentials  in  proximity,  a 
brush  discharge  of  electrified  particles  of  air  flies  in  a vigorous  current 
toward  the  patient,  while  at  the  same  time  a reciprocal  discharge  from  the 
patient  occurs  at  the  site  nearest  which  the  conducting  electrode  is  held, 
thus  producing  the  localized  alterations  of  a highly  increased  rate  of  elec- 
tric change.  The  observed  effects  of  this  application  may  be  sedative  or 
irritating,  and  modified  to  various  degrees  of  energy  according  to  the  in- 
tent and  skill  of  the  operator.  By  fixing  the  point  electrode  motionless 
the  local  effect  may  be  maintained.  By  swinging  the  electrode  with  suit- 
able undulating  waves  over  the  head  or  spine,  or  as  much  of  the  entire 
ody  as  may  be  wished,  the  effect  assumes  a more  general  character  upon 
t e nervous  system  and  nutrition.  Owing  to  its  simplicity,  mildness,  and 
profound  and  unique  effects,  the  static  breeze  application  deserves  very 
careful  study.  In  any  given  administration  the  energy  of  the  breeze  par- 
a es  of  the  nature  of  the  patient’s  potential,  a fact  which  should  be  re- 
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membered,  as  the  current  nomenclature  indicates  the  opposite.  If  the 
patient  is  electrified  from  the  low  potential  prime  conductor  and  a head 
breeze  electrode  is  connected  with  the  opposite  pole  of  the  machine,  the 
passing  current  of  electrified  air  will  be  dominated  by  the  low  potential  of 
the  greater  magnet  of  the  two,  i.e.,  the  insulated  patient. 

This,  however,  is  called  the  positive  breeze.  Its  effects  are  along  the 
line  of  sedation.  It  relieves  congestive  headaches.  It  allays  nerve  per- 
turbation. It  is  antiphlogistic;  is  drying  to  a serous  or  suppurative  dis- 
charge; removes  the  heat  and  itching  from  a superficial  inflammation, 
eruption,  or  burn;  induces  a restful  desire  to  sleep,  and  if  powerfully  con- 
centrated and  applied  with  the  requisite  degree  of  skill  it  relieves  a great 
variety  of  painful  conditions,  to  some  of  which  a local  electrode  could  not 
be  directly  applied. 

The  aching  and  swollen  mucous  tissues  from  which  a number  of  dis- 
eased teeth  have  just  been  extracted  is,  for  example,  a crucial  instance  of 
its  power  to  soothe  pain,  relieve  congestion,  and  hasten  resolution. 

If  the  patient  is  electrified  from  the  high  potential  pole  the  energy  of 
the  breeze  attracted  from  the  negative  (low  potential)  electrode  partakes 
of  the  nature  of  the  high  potential  charge,  and  is  manifestly  much  more 
stimulating,  and  is  even  irritating  when  applied  through  woollen  fabrics 
or  upon  the  hair-covered  scalp.  It  may  thus  be  used  as  an  efficient  nutri- 
tional stimulant  to  the  scalp  or  spine,  as  a counter-irritant  to  any  cuta- 
neous surface,  and  may  be  modified  in  strength  from  a gentle  air  current 
to  a strong  breeze,  and  even  a decided  electric  spray  in  which  minute  and 
coarser  sparks  flying  from  the  point  electrode  will  add  a peculiar  tonic 
effect  whicli  in  the  case  of  cold  extremities,  deranged  circulation,  chronic 
torpor  of  certain  tissues,  impaired  sensation,  myalgias,  etc.,  is  exceedingly 
beneficial  and  lasting. 

When  any  form  of  static  breeze  is  applied  to  the  head  or  about  the 
region  of  the  neck  all  metal  hairpins  and  ornaments  should  be  laid  aside. 
Corsets  seldom  require  removal.  Only  by  considerable  personal  experi- 
ment with  the  different  sensations  produced  by  the  breeze  in  different  con- 
centrations and  through  different  fabrics  can  the  operating  physician  ac- 
quaint himself  with  the  necessary  variations  in  management  required  to 
meet  each  case  and  avoid  the  liability  of  causing  a disagreeable  effect. 
So  much  has  been  said  about  the  delightful  and  exhilarating  nature  of  the 
static  breeze  that  many  may  be  astonished  to  find  that  it  often  requires 
both  tact  and  expertness  to  utilize  its  valuable  properties  with  the  maxi- 
mum of  satisfaction  and  the  avoidance  of  occasional  and  disagreeable  sur- 
prises to  the  patient.  In  addition  to  the  familiar  and  simple  form  of 
breeze  the  scope  of  the  connective  discharge  is  amplified  by  experts  m 
variety  of  ways.  In  certain  forms  of  headache  and  nervous  irritability 
sedation  is  admirably  effected  by  the  use  of  two  electrodes,  one  directing 
a breeze  to  the  cervical  spine  and  one  to  the  forehead.  Ihis  dou  mg 
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the  breeze  application  is  still  further  amplified  by  completely  encircling 
a zone  of  the  patient’s  body  with  a “ static  cage”  of  coarse  wire  netting, 
within  which  metallic  points  or  tinsel  brushes  act  as  a multiform  breeze 
electrode  and  produce  the  effect  of  an  electric  shower-bath.  Oscillations 
may  be  produced  by  interrupting  the  current,  and  the  strength  is  increased 
by  standing  the  patient  on  a foot-plate.  Operative  technique  plays  an 
important  part  in  the  comfort  of  this  application. 

Mfthods  of  Administration. — In  the  administration  of  static  electricity 
the  first  step  is  accomplished  by  insulating  the  patient  upon  the  wooden 
platform  supported  on  glass  legs  and  connected  by  a metal  chain  or  rod 


Fig.  120.— Drawing  a Spark  from  the  Spine. 


to  one  of  the  prime  conductors  of  the  machine,  and  connecting  the  oppo- 
site pole  to  the  ground.  ‘A  general  electrification  of  the  patient  ensues 
upon  starting  the  machine  into  action.  This  so-called  static  charge  is 
not  only  the  foundation  step  to  the  subsequent  application  of  two  other 
methods  for  which  electro-therapeutic  resources  contain  no  substitute  or 
equivalent  procedure,  viz.,  the  breeze  and  spark,  but  it  constitutes  in  it- 
se  a very  effective  and  useful  method  of  treatment.  Fig.  120  illustrates 
a patient  seated  upon  the  insulating  stool — in  a condition  of  insulation — 
w 1 e the  operator  is  in  the  act  of  drawing  a spark  from  the  spine.  The 
ig  potential  (positive)  pole  is  usually  selected  for  general  electrification. 
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The  low  potential  (negative)  pole  is  theoretically  indicated  as  a seda- 
tive in  states  of  hyper-excitability;  while  the  normal  electric  state  in 
health  being  positive,  we  attempt  to  restore  this  state  in  our  patient  by 
submitting  him  to  the  influence  of  the  positive  charge,  which  is  held  by 
some  authors  to  be  a stimulating  tonic.  In  either  case  the  process  of 
electrification  is  nearly  a silent  one.  The  patient  is  just  conscious  of  a 
rather  agreeable  influence,  and  ordinarily  the  feeling  of  restful  composure 
which  ensues  in  from  ten  to  twenty  minutes  is  the  most  obvious  effect  of 
the  application.  A very  gentle  diaphoresis  may  result,  most  pronounced 
in  neurasthenic  cases — and  the  well-known  effect  upon  the  hair  is  wit- 
nessed. To  secure  the  best  effects  of  this  electro-atmospheric  bath  the 
fullest  powers  of  the  Holtz  machine  should  be  brought  into  action.  Di- 
rect metallic  conduction  should  be  made,  either  by  placing  the  patient’s 
feet  upon  a plate  or  holding  the  connecting  rod  in  one  or  both  hands. 
The  habit  of  merely  resting  the  end  of  the  rod  upon  the  surface  of  the 
platform  wastes  a large  proportion  of  the  current  and  diminishes  the  sup- 
ply to  the  patient.  It  is  no  doubt  owing  to  the  fact  that  success  here  de- 
pends upon  a powerful  and  not  upon  a feeble  electro-static  influence  that 
opinions  differ  as  to  the  value  of  simple  insulation.  In  our  experience 
it  is  valuable  and  beneficial  in  exact  proportion  to  the  patient’s  relative 
need  for  it.  It  is  tonic  and  refreshing  in  its  action.  The  extremely 
negative  person,  if  we  may  use  the  word,  who  is  anmmic,  neurasthenic, 
emaciated,  enfeebled  perhaps  by  a recent  acute  illness,  extremely  suscep- 
tible to  changes  of  weather,  with  deficient  animal  heat  and  poverty  of 
nutrition,  will  in  many  cases  be  improved  by  the  positive  charge  as  by 
a miracle.  'I’he  effects  are  less  marked  as  we  approach  a normal  state  of 
health,  and  the  average  healthy  person  will  be  unable  to  observe  any  par- 
ticular secondary  action  upon  the  system  from  the  simple  static  bath.  In 
regard  to  the  oft-disputed  question  as  to  the  sedative  influence  of  the 
negative  pole  and  the  stimulating  influence  of  the  positive  pole,  our  own 
conclusion  is  that  some  of  the  differences  reported  are  due  chiefly  to  the 
state  of  the  patient,  and  that  in  a series  of  ten  differing  cases— differing  in 
neurotic  manifestations — as  great  variations  in  effect  would  be  reported 
from  the  positive  pole  alone  as  are  held  to  exist  between  the  two  poles. 
One  is  a low  potential  energy,  the  other  is  a high  potential ; but  both  are 
different  from  the  assumed  potential  of  the  body,  which  is  nearly  that  of 
the  earth,  and  therefore  are  alterative  and  potentially  beneficial,  and 
whether  either  is  more  or  less  sedative  than  the  other  depends  on  the  pa-' 
tient,  and  duration  of  treatment  rather  than  the  polarity.  Both  are  tome  m 
their  gentle  and  agreeable  influence,  and  in  no  case  known  to  us  has  either 
pole  ever  proved  to  be  in  any  degree  injurious. 

The  opposite  view  that  negative  electrification  is  a depressant  is 
largely  traditional  in  its  origin  and  is  not  borne  out  by  clinical  experi- 
ence. Both  theoretically,  however,  because  of  its  greater  difference  o 
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potential,  and  practically  because  of  its  more  definite  subjective  effects,  we 
usually  employ  the  positive  pole  alone  in  most  cases  of  simple  electrifica- 
tion. It  seems  to  be  by  no  means  stimulating  in  the  sense  of  exciting 
irritability,  but  on  the  contrary  often  proves  to  be  one  of  the  best  sedatives 
in  our  hands  in  cases  of  insomnia,  nervous  excitement,  fatigue,  neuras- 
thenia, etc.  It  is  particularly  indicated  also  in  the  malarial  cachexia, 
and  usefully  supplements  other  remedies  in  a great  variety  of  cases  which 
are  too  numerous  to  be  referred  to  in  detail. 

As  there  is  no  age  or  condition  of  debility  in  which  general  electrifica- 
tion causes  any  inconvenience  to  the  patient,  and  as  it  requires  no  special 
preparation  or  removal  of  clothing,  it  is  on  these  accounts  adapted  to  very 
general  use  for  its  tonic  and  nutritional  influence,  and  in  certain  cases  can 
be  employed  when  no  other  electric  application  can  be  satisfactorily  made 
for  the  same  purpose. 

The  Static  Spark. — When  an  insulated  body  is  electrified  from  either 
prime  conductor  of  the  Holtz  machine,  and  an  electrode  terminating  in  a 
metal  ball  instead  of  point  is  connected  by  a chain  to  a grounding  or  ta 
the  opposite  pole  (or  to  both  as  may  be  advisable),  and  brought  sufficiently 
near  the  attracting  body  of  the  patient,  the  limiting  tension  of  the  dielec- 
tric— the  air  gap  between  the  “ unlike  electricities  ” — is  broken  down  dis- 
ruptively  instead  of  connectively  and  a visible  spark  passes  from  the 
lesser  to  the  greater  electrified  body.  This  spark  strikes  a blow  propor- 
tioned to  its  size,  electro-motive  force  and  density,  and  sets  up  a local 
alterative  perturbation  in  the  tissues  at  the  site  of  the  blow,  and  instanta- 
neously produces  the  general  systemic  effect  of  a complete  interruption 
and  discharge  of  the  current  from  the  electrified  body.  The  potential  of 
the  patient  is  thus  reduced  to  zero  with  every  spark,  rising  instantly  again 
to  the  high  potential  of  the  renewed  electrification  which  at  once  succeeds 
each  discharge  while  the  machine  is  kept  in  action.  The  therapeutic  im- 
pression upon  the  patient  is  therefore  twofold,  and  the  spark  is  a powerful 
as  well  as  unique  remedial  agent  in  the  hands  of  one  who  employs  it  ju- 
diciously, and  who  with  equal  skill  and  judgment  lets  it  alone  when  it  is 
not  indicated.  The  beneficial  use  of  static  sparks  calls  for  some  degree 
of  tactful  management  on  the  part  of  the  physician.  The  size,  density, 
and  electro-motive  force  of  the  sparks  applied  to  the  patient  may  be 
graduated  and  varied  in  effect  from  the  merest  surface  shower  of  rubefa- 
cient frictions  to  great  percussive  blows  which  throw  whole  groups  of  mus- 
cles into  powerful  contraction  and  mark  their  impact  by  temporary  wheals 
upon  the  skin  as  large  as  silver  dimes.  The  powerful  percussive  spark, 
however,  is  not  necessarily  more  painful  or  disagreeable  than  the  milder 
one;  nor  is  any  static  spark  liable  to  do  injury  to  the  most  delicate  fabric 
through  which  it  passes  in  the  treatment  of  a patient. 

The  thickness  of  the  spark  is  partly  dependent  on  the  capacity  of  the 
ball  electrode.  Two  sizes  are  furnished  with  static  accessories.  The 
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larger  one  will  give  off  the  heaviest  spark  when  desired.  When  this  elec- 
trode is  rubbed  rapidly  over  the  surface  of  a part  covered  by  ordinary 
wearing  apparel  a rapid  succession  of  minute  short  sparks  passes  through 
the  garments,  producing  a revulsive  stimulating  effect  upon  the  skin  and 
muscles  and  a reflex  impression  upon  the  nervous  system.  The  same 
effect  is  produced  on  uncovered  surfaces  by  wrapping  the  electrode  in  a 
cover  of  woollen  cloth.  These  short,  fine,  calorific  frictional  sparks  con- 
stitute a distinct  method  of  application  especially  valuable  in  myalgias 
and  as  a cutaneous  stimulant. 

The  long,  thick,  percussive  spark  in  contrast  to  the  above  is  applied 
to  the  patient  through  the  high  resistance  of  several  inches  of  intervening 
air  which  the  overstrain  of  tension  breaks  down.  In  administration,  this 
form  of  spark  should  be  clean,  thick,  distinct,  straight,  and  single,  and 
never  delivered  in  a fusilade.  If  groundings,  insulation,  conduction,  and 
machine  are  properly  related  to  the  patient  and  the  ball  electrode,  there 
will  seldom  be  any  complaint.  If  the  spark,  though  long,  is  thin,  flies  at 
random  splits  into  fine  particles,  and  stings  annoyingly  despite  care,  the 
cause  is  to  be  sought  in  some  part  of  the  circuit  where  the  current  finds 
an  error  in  the  connections.  Too  great  caution  cannot  be  exercised  in 
knowing  in  advance  that  every  part  of  the  apparatus  is  in  correct  order 
before  electrifying  a patient.  It  is  also  well  to  note  that  different  parts 
of  the  body  vary  much  in  their  susceptibility  to  electric  influences,  and  the 
operator  may  wisely  subject  his  own  person  to  the  different  applications  of 
both  breeze  and  spark  until  he  is  thoroughly  familiar  with  each.  By  this 
means  he  will  be  enabled  to  avoid  the  few  particularly  sensitive  regions, 
bony  prominences,  etc.,  which  it  is  best  to  exclude  from  energetic  local 
irritation. 

The  Massage  Roller  Electrode  is  employed  in  either  of  two  ways. 
The  first  involves  insulation  of  the  patient  with  the  electrode  connected 
by  a chain  to  the  opposite  pole  of  the  machine.  The  two  sliding  poles 
of  the  apparatus  are  then  brought  near  enough  to  each  other  to  give  an 
interrupted  current  of  the  desired  strength,  while  the  roller  is  passed 
over  arms,  spine,  abdomen,  or  any  portion  of  the  body  to  be  treated. 
Modifications  of  current  strength  are  made  by  increasing  or  diminishing 
the  distance  between  the  sliding  rods,  by  varying  the  speed  of  the  re- 
volving plates,  and  by  moving  the  electrode  more  slowly  or  rapidly  over 
the  surface  to  which  it  is  applied. 

In  the  second  method  the  patient  need  not  be  insulated,  but  can  be 
treated  from  the  positive  pole  alone,  the  negative  being  grounded. 

The  term  massage  is  partly  expressive  of  the  nature  of  this  applica- 
tion, but  falls  short  of  indicating  its  complete  efficiency.  It  is  really  a 
modification  of  the  static  spark,  both  in  its  frictional  and  percussive 
forms,  and  is  especially  useful  in  muscular  rheumatism,  lumbago,  sciatica, 
and  various  neuro-muscular  conditions  requiring  tonic  and  sedative  tieat- 
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ment.  As  a passive  exercise  it  can  be  made  as  stimulating  as  desired  by 
withdrawing  the  poles  sufficiently  apart. 

Leyden  Jar  Current  Applicatmis. — Three  siezs  of  jars — small,  medium 
and  large — are  usually  included  in  the  equipment  of  a Holtz  machine. 
By  connecting  a pair  of  any  size  to  the  prime  conductors  of  the  machine 
and  connecting  the  outer  coatings  of  these  jars  together  by  means  of  the 
metal  rod  designed  for  this  purpose,  a condensation  of  current  is  effected, 
which  increases  the  electrification  of  the  patient  and  augments  the  force 
of  it  in  proportion  to  the  capacity  of  the  jars.  In  humid  weather,  when 
a high  potential  cannot  ordinarily  be  maintained,  the  assistance  of  Ley- 
den jar  condensers  is  therefore  valuable.  This  is  their  simplest  use. 

By  another  method  they  are  the  means  of  our  obtaining  from  the  static 
machine  nerve  and  muscle  reactions  similar  to  those  produced  by  the  in- 
duction coil  currents  in  common  medical  use  under  the  general  term  of 
faradic  electricity.  A pair  of  jars  being  connected  to  the  prime  conduc- 
tors of  the  static  machine,  there  may  be  attached  to  the  outer  coatings  of 
these  jars  by  ordinary  conducting  cords  any  form  of  moistened  or  bare 
metal  electrodes  employed  in  faradization.  As  faradic  currents  are  con- 
formable to  the  fineness,  length,  and  windings  of  the  coil  and  rate  of  in- 
terruption, so  the  static  induced  current  is  quantitatively  regulated  by  the 
size  of  the  jar,  and  in  action  by  the  rate  of  interruption.  This  rate  is  de- 
termined by  the  speed  of  the  revolving  plates  of  the  machine  and  by  the 
distance  between  the  sliding  poles.  A single  spark  may  be  allowed  to 
pass,  or  the  frequency  may  follow  all  the  variability  of  faradic  vibrators, 
and  even  go  infinitely  beyond  them. 

It  is  estimated  by  physicists  that  each  spark  is  composed  of  an  im- 
mense group  of  subdivisions,  representing  a total  aggregate  of  millions 
of  oscillations  per  second;  and  it  is  this  fact,  together  with  the  enormous 
voltage  of  the  current,  which  supports  the  superior  claims  that  have  long 
been  made  for  its  power  to  relieve  pain,  contract  muscles,  etc. 

Properly  adjusted,  the  static  machine  produces  a smooth  and  agree- 
able current,  resembling  in  its  general  characteristics  the  currents  now 
obtained  from  high-tension  induction  coils;  and  while  it  may  be  fairly 
asserted  that  for  working  purposes  the  Holtz  machine  provides  the  advan- 
tages of  both  systems,  yet  in  practice  the  physician  who  has  the  best  of 
modern  coils  at  his  command  will  rarely  require  to  use  a Leyden  jar  sub- 
stitute. The  static  induced  application  was  described  by  Morton  of  our 
own  country  as  early  as  1881,  and  independently  and  about  the  same 
time  by  Bartholow,  and  subsequently  by  writers  in  both  England  and 
France,  where  the  use  of  static  machines  was  being  revived  in  advance  of 
their  improvement  in  America.  While  never  in  very  general  use,  and  shar- 
ing the  drawbacks  inseparable  from  the  nature  of  its  source,  yet  in  thera- 
peutic efficiency  the  value  of  this  form  of  static  electricity  cannot  be  doubted. 

It  is  chiefly  because  we  have  other  means  less  costly,  less  cumbersome, 
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more  easily  operated,  and  absolutely  independent  of  atmospheric  heat 
;and  moisture,  that  we  neglect  a method  which,  had  we  no  substitute, 
would  command  much  greater  recognition. 

A detailed  description  of  either  indications  for  static  induced  currents 
•or  methods  of  applying  them  is  quite  unnecessary,  as  physicians  are 
already  familiar  with  faradization. 


Fio.  isi.— Ranney's  Static  Current  Controller  CWaite  & Bartlett). 

The  third  manner  of  utilizing  the  jar  condensers  furnishes  the  remark- 
able high  potential,  high-frequency  current  lately  exploited  by  a number 
of  writers  both  in  this  country  and  abroad.  Apostoli,  d’Arsonval,  Berlioz, 
and  other  have  published  accurate  accounts  of  the  effects  of  these  currents 
on  nutrition,  circulation,  and  motor  and  sensory  nerves.  A primary  coil 
is  made  of  a few  turns  of  very  coarse  copper  wire,  over  which  is  the  finer 
secondary  coil,  insulated  from  the  primary  by  either  an  oil-bath  or  several 
thicknesses  of  heavy  paper  soaked  in  oil.  This  step-up  transformei  is 
connected  with  the  Leyden  jars  and  to  the  electrodes.  Sedative  effects 
in  acute  inflammations  are  obtained,  and  relief  from  neuralgias  and  rheu- 
matic pains,  and  in  symptomatic  neuroses,  more  speedily  than  from  the 
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usual  induced  currents.  Nutritional  effects  are  also  said  to  be  more 
marked. 

Fig.  12 1 represents  a convenient  device  for  controlling  the  static  in- 
duced current.  The  connections  with  the  static  machine  are  made  be- 
tween the  points  A A oi  the  device  and  the  poles  B B ot  the  machine. 
The  electrodes  are  attached  by  binding  posts  to  the  Leyden  jars  C C,  and 
the  current  is  controlled,  being  increased  and  decreased  without  shock  by 
the  movable  disk  B. 

Viabratory  Potential  Alternation.— This  method  of  general  adminis- 
tration originated  with  Monell  and  was  described  by  him  in  1893.  In 
its  simplest  form  it  is  an  electrification  with  an  oscillatory  static  charge, 
very  much  like  the  Morton  wave  current. 

Without  doubt  it  has  a more  energetic  effect  upon  nutritive  processes 
and  the  general  nervous  system  than  the  usual  uninterrupted  insulation, 
but  its  efficacy  depends  very  largely  upon  proper  conditions  of  machine 
adjustment,  and  in  incompetent  hands  it  will  not  give  invariable  satisfac- 
tion. Some  additional  interest,  however,  is  at  present  imparted  to  such 
an  oscillatory  application  from  the  remarkable  experiments  of  Tesla  with 
his  so-called  oscillator. 

Besides  a general  vibratory  treatment,  this  method  is  employed  in  vari- 
ous local  applications. 

In  its  local  application,  however,  this  method  can  hardly  be  called 
new  in  principle,  since  it  merely  adopts  the  idea  mentioned  in  the  earlier 
editions  of  this  work,  of  breaking  the  current  by  a spark  elsewhere  than 
on  the  patient,  a device  which  dates  back  to  nearly  the  middle  of  the  last 
century.  The  patient  is  insulated  and  direct  metallic  connection  made 
with  the  positive  pole  of  the  Holtz  machine,  to  secure  the  full  power  of 
the  current.  The  negative  pole  is  connected  to  the  ground  and  to  a breeze 
electrode,  which  is  used  to  attract  the  charge  from  the  patient  at  a dis- 
tance of  about  thirty  inches— usually  above  the  head.  A large  ball  elec- 
trode is  then  fixed  upon  a standard  connected  with  an  entirely  separate 
grounding,  and  brought  near  the  end  ball  of  the  brass  rod  resting  on  the 
positive  pole.  The  machine  must  be  brought  into  vigorous  action  and  the 
most  powerful  oscillations  developed.  If  properly  done  there  is  no  local 
sensation  produced,  but  the  patient  is  wrapped  in  a vibrating  atmosphere, 
of  which  he  is  agreeably  conscious.  The  effect  is  restful  and  soothing, 
and  much  more  demonstrably  so  than  ordinary  electrification. 

1/ierapeutics.  So  dependent  are  therapeutic  results  upon  technical 
conditions  controlling  the  administration  of  static  electricity,  that  no 
author  can  state  an  opinion  of  its  value  in  treatment  without  finding  some 
to  disagree  with  him.  If  all  who  claim  successes  with  this  agent  were 
placed  in  line,  while  all  who  report  failures  were  placed  in  another,  an 
expert  could  probably  pass  in  turn  from  one  machine  to  the  other,  and 
point  out  the  reason  for  such  opposite  results.  Certain  it  is  that  many 
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disappointments  could  be  avoided  if  a more  careful  study  of  the  machine 
itself,  its  care  and  operation,  was  made  by  those  who  employ  it  without 
satisfaction. 

From  franklinic  electricity  in  the  form  of  sparks,  sprays,  and  general 
franklinization,  tonic  and  sedative  effects  of  a very  interesting  and  posi- 
tive nature  can  be  obtained,  either  by  insulation,  by  sparks,  or  the  use  of 
the  roller.  Speaking  from  a considerable  experience  with  this  form  of 
electricity,  we  should  say  that,  while  its  constitutional  tonic  effects  are 
not  superior  and  perhaps  unequal  to  those  that  follow  general  faradization, 
when  this  method  is  carried  out  properly,  with  due  attention  to  detail, 
yet  as  an  adjunct  or  supplement  it  is  invaluable.  It  is  one  of  the  famil- 
iar things  in  medicine  that  a remedy  which  at  first  acts  well  may,  after  a 
time,  prove  inefficacious,  rendering  it  necessary  to  resort  to  some  other 
remedy  of  the  same  class.  This  is  true  in  regard  to  the  dynamic  and  static 
forms  of  electricity.  Occasionally  cases  of  neiwous  exhaustion  as  well  as 
other  forms  of  disease,  after  improving  to  a certain  point  under  the  influ- 
ence of  the  galvanic  or  faradic  current,  hang  fire,  as  it  were;  but  by  sub- 
mitting the  patient  to  the  action  of  franklinization  a new  impulse  seems 
to  be  given.  In  this  way,  one  treatment  supplementing  and  reinforcing 
the  others,  results  are  obtained  far  more  satisfactory  than  could  possibly 
follow  the  exclusive  use  of  general  or  localized  faradization,  central  gal- 
vanization, or  franklinization.  Pain  is  sometimes  relieved  by  franklini- 
zation after  both  galvanism  and  faradism  have  failed,  but  this  is  not  the 
rule.  'I’he  pain  of  muscular  rheumatism,  however,  is  relieved  by  this 
method  .sooner  and  more  effectually  than  by  the  others.  For  this  purpose, 
the  treatment  by  the  roller,  which  exercises  a generally  stimulating 
effect  over  a broad  surface,  is  superior  to  the  treatment  by  sparks. 

In  the  various  forms  of  true  neuralgia,  franklinism  is  not  comparable 
in  power  to  galvanism.  The  pain  that  the  former  is  frequently  so  suc- 
cessful in  subduing  is  generally  of  a chronic  character,  confined  to  no 
special  nerve-trunks,  dull  and  aching  in  character,  and  with  no  tenderness 
on  pressure.  In  these  cases  we  have  long  known  that  the  faradic  was  su- 
perior to  the  galvanij  current,  but  more  recent  experience  has  convinced 
us  that  franklinization  is  more  efficacious  than  either.  In  the  enlarged 
joints  of  subacute  and  chronic  rheumatism,  and  to  excite  the  process  of 
absorption  in  chronic  synovitis,  the  treatment  by  sparks  is  frequently 
more  efficacious  than  either  faradization  or  galvanization.  In  old  con- 
tractions and  in  cutaneous  anaesthesia,  franklinization  frequently  pos- 
sesses advantages  over  the  others. 

In  locomotor  ataxia,  and  in  systemic  diseases  of  the  spinal  cord  m 
general,  it  is  rendered  probable  by  a number  of  suggestive  cases  that 
much  more  can  be  accomplished  by  the  use  of  franklinic  than  by  dynamic 
electricity. 

As  an  alleviator  of  pain  the  static  induction  current  possesses  qualities 
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of  a high  order.  It  is  inferior  to  the  galvanic  current  in  this  respect,  and 
yet  it  does  relieve  as  does  the  faradic  in  some  cases,  when  the  galvanic 
has  failed.  Further  experience  with  the  static  induced,  however,  con- 
vinces us  that  It  will,  on  the  whole,  do  more  for  the  relief  of  pain  than  the 
faradic.  It  is  well  known  that  the  induced  currents  of  tension  are  far 
more  efficacious  in  relieving  pelvic  pain  than  currents  of  quantity,  and  the 

static  induction  current  is  a current  of  but  little  quantity  but  enormous 
tension. 

When  we  consider  that  its  voltage  runs  up  into  the  thousands,  it  is 
no  difficult  matter  to  accord  to  it,  despite  its  lack  of  quantity,  special 
physiologic  and  therapeutic  properties.  In  the  immense  rapidity  of  its 
interruptions  and  alternations  also  the  franklinic  interrupted  current  is 
unique.  While  the  average  induction  coil  gives  but  a few  hundred  vibra- 
tion per  second,  It  IS  claimed  by  physicists  that  the  oscillations  of  each 
spark  of  the  static  current  amount  to  many  millions  per  second,  and  that 
the^  sparks  follow  each  other  at  the  rate  of  two  hundred  per  second. 

e superiority,  then,  of  the  static  induced  current  over  the  faradic  in 
re  leving  pain  is  undoubtedly  to  be  ascribed,  first,  to  its  superior  tension  • 
second,  to  the  inconceivable  rapidity  of  each  spark  oscillation,  amounting 
to  many  millions  per  second.  ° 

For  the  relief  of  the  dull  aching  pain  associated  with  so  many  of  the 
occupation  neuroses,  and  especially  with  writer’s  cramp,  we  have  found 
form'  frankhnic  current  to  be  especially  efficacious,  and  in  any 

nT  muscular  paralysis,  its  more  energetic  stimulus  to 

raffic^Trtr'  ^ ordinary  fa- 

cula^r^rp^^^'T  affections  of  the  joints,  in  lumbago  and  mus- 

in^H  M and  in  some  cases  of  sciatica,  this  current  is 

nvariably  superior  to  the  faradic,  and  as  a rule  to  the  galvanic  also  In 

~v  ht  ^‘“‘-diagnosis  takUni: 

but  ha^no  no  T usefulness  as  the  faradic  current, 

portant  as  qualitative  changes  which  are  so  im- 

or  I-  -uritis  the  effects 

measure  suDersedln  which  has  in  great 

often  accomplish  more  thin  '"^uced  are  exceedingly  good  and  will 
discharge  from  the  wnnri  i n ^ methods  combined.  The  brush 

mation  as  to  this  method  thp  i discharge.  For  infor- 

frequency  currents.  reader  is  referred  to  the  chapter  on  high 
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A METHOD  of  employing  electricity  that  has  long  been  popular  among 
the  laity  and  is  now  being  more  or  less  used  and  recommended  by  the 
profession,  is  the  electric  bath.  The  methods  of  giving  electric  baths  are 
various.  The  requisites  are  a bathing  tub  of  some  form,  partly  filled  with 
water,  contrivances  for  sending  the  current— either  faradic  or  galvanic- 
through  the  water  in  which  the  patient  is  immersed.  An  electric  bath  can 
be  extemporized  in  any  ordinary  bath-tub.  The  patient  may  rest  his  feet 
on  one  pole  in  the  water  and  hold  the  other  pole  in  his  hand.  In  tha 
position  the  body  of  the  patient  becomes  part  of  one  or  the  other  pole,  and 
the  current  flows  through  him  from  one  pole  to  the  other,  just  as  it  woul 
if  there  were  no  water  in  the  bath;  or  at  most  the  only  effect  of  the  water 
is  to  thoroughly  saturate  the  part  of  the  body  in  contact  with  the  pole  in 
the  bath.  This  method  is,  of  course,  exceedingly  crude,  and  can  scarcely 
have  any  conceivable  advantage  over  a similar  position  of  the  poles  out- 
side of  the  bath,  and  yet  it  has  been  not  a little  used.  , . , „ 

A form  of  electric  bath  often  used  is  the  following:  The  tub  is  of  the 
ordinary  shape,  but  the  metallic  connections  are  so  made  that  the  curren 
cinnot  avoii  passing  through  the  body  of  the  patient  One  pole- 
broad  copper  plate-is  at  one  end  of  the  tub,  constituting  a part  of  its 
Hning  surface,  and  the  other  pole-also  a broad  metallic  Pj^te-is  placed 
at  the  other  end  Both  plates  are  under  the  water.  At  the  head  of  the 
tub  a board  is  placed,  at  a little  distance  from  the  pole.  This  board  has 
in  it  a slit  of  moderate  size.  Against  this  slit  rests  the  back  of  the  p^ 
tient  while  his  feet  may  or  may  not  press  against  the  copper  Pl^t^  ^ 
other  end  of  the  tub.  By  this  arrangement  the  current  can  be  di 
^^^Irough  the  back  of  the  patient,  and  from  the  back  through  the  body  and 
lower  limbs.  Indeed,  the  back  of  the  patient  fits  so 
into  the  slit  of  the  wooden  rest  that  the  current,  if  it  pass  at  all,  mu  g 
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by  this  experiment,  which  we  have  often  made.  Place  both  hands,  at 
some  distance  apart,  in  a bath  through  which  a current  of  considerable 
strength  is  running,  and  a sensation  will  be  distinctly  felt  in  them. 
Bring  the  hands,  still  immersed,  very  close  to  each  other,  and  the  sensa- 
tion will  be  much  diminished.  When  the  hands  are  far  apart  a consider- 
able portion  of  the  current  passes  through  the  body  from  one  hand  to  the 
other.  It  prefers  this  much  longer  and  roundabout  road  to  the  direct  path 
through  the  water. 

This  rule,  it  is  claimed,  does  not  apply  to  the  galvanic  current,  the 
tension  of  which  is  so  slight  as  compared  with  the  faradic.  According  to 
Stevenson,  notwithstanding  the  fact  that  the  resistance  of  the  epidermis 
becomes  so  greatly  reduced  by  the  action  of  the  warm  water,  only  about 
one-sixth  of  the  current  passes  through  the  patient. 

A somewhat  different  form  of  electric  bath  is  where  on  the  sides  of  the 
tub  and  near  the  bottom  are  a number  of  electrodes  connected  with  the 
battery.  These  electrodes  are  so  arranged  that  the  current  can  be  sent 
through  any  one  or  all  of  them,  and  thus  be  localized  on  the  part  that  spe- 
cially needs  treatment.  In  using  the  faradic  current  it  should  be  distinctly 
but  not  painfully  felt — while  our  guide  in  the  use  of  the  galvanic  current 
with  its  far  greater  quantity  and  slighter  tension  should  always  be  the 
milliammeter. 

The  cataphoric  action  of  the  current  maybe  utilized  in  taking  mineral 
baths,  by  a very  simple  method.  The  anode  is  simply  placed  in  the  bath 
in  which  a portion  of  the  body  is  immersed,  thereby  making  it  (the  water) 
the  anode.  The  cathode  is  applied  to  any  portion  of  the  body  not  im- 
mersed, and  in  this  way  that  portion  of  the  body  in  the  water  becomes  sub- 
ject to  the  anodal  diffusion  of  the  mineral  agent  held  in  solution. 

The  study  of  the  comparative  practical  advantages  of  these  different 
forms  of  baths  is  of  course  beset  by  many  complications. 

Effects  of  the  Electric  Bath. — In  regard  to  the  therapeutic  effects  of  the 
electric  bath,  we  have  these  remarks  to  offer: 

1.  The  stimulating,  sedative,  and  tonic  effects  of  electricity  are  obtained 
more  or  less  by  all  forms  of  electric  baths;  not  only  those  where  the  cur- 
rent IS  localized  in  some  part  of  the  body,  but  those  where  it  is  generally 
diffused  without  regard  to  localization  and  without  regard  to  current 
direction,  exert,  there  is  no  question,  more  or  less  the  special  and  distinc- 
tive physiologic  and  therapeutic  effects  of  electricity.  Those  forms  of 

aths  that  admit  of  localization  of  the  current  seem  to  us  to  be  far  more 
scientific  and  rational  than  those  that  do  not  admit  of  such  localization, 
ut  all  forms  are  capable  of  affecting  the  system,  for  electricity  cannot 
pass  through  the  body  without  doing  more  or  less  good  or  evil. 

2.  The  question  whether  electricity,  administered  in  any  of  the  forms 
o biths  yet  devised,  has  any  therapeutic  advantage  over  the  ordinary 
methods  of  using  electricity — as  localized  faradization  and  galvanization, 
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general  faradization  and  central  galvanization — has  not  yet  been  estab- 
lished. Even  if  it  should  be  proved  that  in  certain  diseases  or  certain 
conditions  the  electric  baths  are  slightly  superior  to  ordinary  electriza- 
tion, the  further  question  would  still  arise  whether  this  advantage  is  suffi- 
cient to  compensate  for  the  longer  time  and  greater  labor  and  inconven- 
ience of  the  baths.  The  question  is  one  of  exceeding  complexity — for  the 
therapeutic  effect  of  the  water  is  combined  with  the  therapeutic  effect  of 
the  electricity,  and  to  eliminate  the  one  or  the  other  is  no  easy  task.  En- 
thusiastic advocates  of  the  baths  sometimes  make  the  same  mistakes  as  the 
advocates  of  franklinization,  or  the  use  of  statical  electricity,  of  assum- 
ing that  the  results  which  they  undeniably  obtain,  and  which  are  some- 
times most  satisfactory,  could  not  just  as  well  have  been  obtained  by  a 
proper  use  of  electricity  in  some  of  the  ordinary  methods. 

It  is  claimed  that  the  baths  will  be  borne  by  temperaments  that  will 
not  bear  ordinary  electricity.  This  claim  may  possibly  be  just,  and  yet 
the  difficulty  of  demonstrating  it  is  very  great;  for  those  who  take  the 
baths  and  are  benefited  by  them  may  most  likely  have  been  improperly 
treated  by  the  other  methods,  and  thus  fall  into  the  delusion  that  the 
baths  are  per  se  more  bearable  than  ordinary  electrization. 

The  true  and  only  way  to  determine  this  question  is  for  those  who  are 
masters  in  electrology  to  try  the  baths,  side  by  side  with  their  other 
methods  of  using  electricity;  just  as  they  try  the  two  currents  and  the 
different  methods  of  using  them  on  the  same  patients  and  on  different  pa- 
tients, and  in  a wide  variety  of  diseases.  Observations  of  this  kind,  to 
be  of  real  value,  must  be  not  only  numerous,  but  extended  over  a long 
period. 

The  question  whether  substances  can  be  introduced  into  the  body  or 
removed  from  it  by  electricity  will  be  discussed  in  the  section  on  electro- 
surgery. . , 1 

General  Rules  for  Giving  Electric  Baths.— In  the  use  of  electric  baths 

we  should  be  guided  by  some  of  the  same  general  principles  that  guide  us 
in  the  use  of  electricity  by  other  methods.  The  temperament  of  the  pa- 
tient should  be  studied,  and  in  the  length  and  strength  of  the  baths  and 
in  the  frequency  with  which  they  are  given  we  should  be  directed  by  the 

peculiarities  of  each  case.  , 

It  is  not  well  to  take  an  electric  bath  just  after  a full  meal,  nor  is  it 

usually  well  to  take  exhausting  exercise  immediately  after  a bath,  espe- 
cially for  the  delicate  and  nervous.  The  temperature  of  the  water  should 
be  about  that  of  the  body,  and  may  range  between  95°  and  105°  Fahrenheit. 
The  patient  may  remain  in  the  water  from  five  to  twenty-five  minutes. 
There  appears  to  be  no  danger  of  catching  cold  after  taking  an  electiic 
bath,  even  when  the  water  is  quite  warm.  One  effect  of  the  electrici  y 
would  appear  to  be  to  give  tone  to  the  cutaneous  vessels,  so  that  there  1 
less  liability  to  take  cold  than  after  a simple  warm  bath. 


CHAPTtR  XV. 

BIPOLAR  FARADIZATION, 

When  Duchenne  first  called  the  attention  of  the  profession  to  his 
method  of  localized  electrization,  it  will  be  remembered  that  he  practi- 
cally excluded  the  galvanic  current  from  consideration  and  confined  his 
experiments  almost  entirely  to  the  faradic.  Remak,  on  the  contrary,  and 
many  of  his  followers,  advocated  the  galvanic  current  mainly,  and  for  a 
time  a fierce  and  unreasonable  controversy  was  carried  on  between  the 
two.  In  the  light  of  our  present  knowledge  of  the  different  forms  of  elec- 
tricity, it  would  appear  little  less  than  childish  to  champion  one  form  to 
the  exclusion  of  the  others,  since  there  are  few  diseases  for  which  electric- 
ity is  indicated  where  either  current  might  not,  under  varying  conditions, 
prove  of  service,  and  few  methods  of  application  where  both  currents  may 
not  be  utilized.  There  is  one  method,  however — the  bipolar — which 
seems  to  be  a special  field  for  the  faradic  current. 

By  bipolar  faradization  is  meant  the  localization  of  the  faradic 
current  by  means  of  a single  electrode,  and  the  method  is  confined  for 
the  most  part  to  internal  treatment,  i.e.,  to  the  treatment  of  the  vagina, 
the  uterus,  the  rectum,  and  the  bladder.  In  order,  however,  to  any  satis- 
factory appreciation  of  this  subject,  it  will  be  necessary  to  consider  a 
number  of  facts  in  regard  to  the  physical  and  physiologic  action  of  the 
induction  coils,  some  of  which  appear  to  be  a veritable  terra  incognita, 
even  to  those  who  make  much  use  of  electricity  in  medicine.  It  seems 
hardly  necessary  to  state  the  simple  fact  that  most  induction  apparatuses 
are  composed  of  two  distinct  and  separate  coils,  one  of  which,  called  the 
primary,  is  made  of  thick  and  comparatively  short  wire,  while  the  other 
and  outer  coil  consists  of  wire  that  is  thin  and  very  long.  Every  pos- 
sessor of  a faradic  battery  appreciates  also  that  there  is  a great  difference 
in  the  character  of  the  current  proceeding  from  these  coils.  From  the 
primary  coil,  as  the  electrodes  are  held  in  the  hand,  or  placed  on  any  por- 
tion  of  the  external  surface  of  the  body,  the  current  seems  comparatively 
^1  and  inefficient,  while  the  current  from  the  secondary  coil  acts  with 
ar  greater  vigor.  It  not  only  more  vigorously  contracts  muscle,  but  ex- 
cutaneous  sensibility  more  acutely  and  the  retina  more  vividly 
an  t e current  from  the  primary  coil.  Apply,  however,  this  current 
primary  coil)  directly  to  the  bladder,  the  rectum,  the  vagina,  and  espe- 
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cially  to  the  involuntary  muscular  fibres  of  the  uterus,  and  a very  remark- 
able and  interesting  change  is  observed.  It  will  be  found  that  the  current 
from  the  first  helix  acts  with  astonishing  and  most  unexpected  vigor  on 
both  sensory  and  motor  parts.  We  are  accustomed  to  say  that  the  long 
thin  wire  yields  a current  of  tension,  and  the  short  thick  wire  a current  of 
quantity,  and  the  more  vigorous  action  of  the  second  helix,  when  applica- 
tion is  made  externally,  is  commonly  attributed  to  its  superior  tension; 
but  the  immediate  and  astounding  change  in  the  physiologic  effects  of  the 
two  currents  when  applied  directly  to  the  internal  organs  of  the  body  can- 
not be  altogether  explained  in  this  way.  Studying  the  phenomena  of  in- 
duction as  produced  by  the  initial  voltaic  current  alone,  without  the  inter- 
vention of  magnetic  force,  Duchenne  long  ago  claimed  to  have  proved  that 
the  difference  in  the  length  and  thickness  of  the  wires  of  the  two  helices 
did  not  alone  explain  the  different  action  of  the  two  currents  on  the  sensi- 
bility.* 

The  old  claim  that  the  currents  have  elective  properties  has  no  solid 
basis  of  fact.  The  reciprocal  relations  between  the  nervous  system  and 
the  action  of  electricity  are  by  no  means  clearly  understood,  and  the  inter- 
e.sting  fact  that  in  external  local  faradization  the  current  from  the  long 
thin  wire  is  the  most  effective,  both  as  to  objective  and  subjective  symp- 
toms, while  in  internal  local  faradization  the  current  from  the  short  thick 
wire  acts  most  vigorously,  can  only  be  explained  by  difference  in  current 
strength  according  to  the  law  of  Ohm. 

If  instead  of  using  the  unipolar  method — one  pole  internally  and  the 
other  externally — we  use  a bipolar  electrode,  and  in  this  way  treat  the 
vagina,  the  uterus,  or  the  rectum,  the  current  from  the  first  helix  will  act 
with  greatly  increased  vigor,  an  increase  that  does  not  seem  to  be  alto- 
gether accounted  for  by  the  decreased  resistance  that  is  necessarily 
offered. 

Although  around  the  primary  coil  of  an  ordinary  induction  apparatus 
extra  and  distinct  coils  of  finer  wire  up  to  the  number  of  nine  can  be 
wound,  the  current  from  each. successive  coil  becomes  weaker  and  weaker, 
and  experience  has  shown  that  for  all  practical  purposes  there  is  need  for 
but  two  helices,  or  at  most  three,  that  yield  the  primary  and  secondary  in- 
duced currents.  This  apparatus  we  term  the  separate  coil  apparatus,  to 
distinguish  it  from  another  combination  of  helices,  termed  the  continuous 
coil,  and  it  is  the  current  from  these  two  distinct  coils  of  the  separate-coil 
apparatus  to  which  reference  is  usually  made  in  the  consideration  of  bi- 
polar faradization.  Reference  is  here  made,  however,  to  bipolar  faradiza- 
tion in  connection  only  with  the  continuous  coil  helix,  the  efficiency  of 
which  over  the  other  form  is  ver}'  great.  While  in  the  ordinary  separate- 
coil  machine  with  which  Duchenne  carried  on  his  original  series  of  ex- 
periments, and  with  which  Apostoli  and  others  practise  the  bipolar 

* “ Localized  Electrization,”  p.  28. 
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method,  we  are  limited  to  two  or  three  currents — the  primary  induced  and 
the  secondary  pure  induced — we  obtain  from  the  continuous  apparatus 
many  distinct  manifestations  of  the  induction  current,  four  of  which  at 
least  differ  so  widely  in  their  physical,  physiologic,  and  therapeutic  prop- 
erties as  to  render  it  a matter  of  the  utmost  importance  that  we  appreciate 
the  fact  that  these  currents  cannot  be  applied  indifferently  in  practice.* 

Indeed,  let  one  become  but  once  convinced  by  personal  experiment  of 
the  striking  difference  in  the  action  of  these  four  qualities  of  current  on 
nerve  and  muscle,  and  he  will  hardly  need  the  demonstration  of  clinical 
experience  to  convince  him  of  their  different  therapeutic  properties.  The 
current  from  the  primary,  or  first  induction  coil  of  the  continuous-coil  ap- 
paratus corresponds  very  closely  with  the  current  from  the  primary  coil  of 
the  separate  or  double-coil  apparatus.  The  wire  is  short  and  thick,  offer- 
ing very  little  resistance  to  the  passage  of  electricity,  and  so  gives  forth  a 
current  of  little  tension  but  large  quantity,  so  called.  When  applied  ex- 
ternally its  appreciable  influence  is  very  slight.  Its  tension  is  so  low  that 
it  overcomes  with  exceeding  difficulty  the  resistance  of  the  skin  that  must 
be  encountered  in  all  external  applications.  Its  reflex  as  well  as  direct 
influence  is  therefore  very  slight,  and  it  only  moderately  excites  cutaneous 
sensibility. 

It  acts  with  considerable  chemic  power,  readily  burning  steel  or  iron, 
as  manifested  by  the  bright  deflagrating  spark  given  forth.  It  will  elec- 
troplate and  electrolyze  to  a degree  not  attainable  with  the  other  induction 
coils  either  alone  or  in  combination.  The  important  practical  point,  how- 
ever, in  connection  with  this  current  is  the  extraordinary  increase  in 
energy  that  is  manifested  when  application  is  made  to  parts  within  the 
body.  When  applied  to  the  rectum,  the  vagina,  or  the  uterus,  not  only  are 
the  contractions  pronounced,  by  a strength  of  current  insufficient  to  pro- 
duce any  observable  effect  when  applied  externally,  but  may  easily  be 
made  exceedingly  painful.  It  may  be  here  remarked  that  the  testes  also 
are  far  more  acutely  sensitive  to  this  current  than  to  the  currents  of  pure 
induction. 

Far  more  severe  in  its  influence,  however,  is  the  second  current  of  the 
series — that  proceeding  from  the  primary  and  second  coils  of  the  combi- 
nation. Externally  applied  it  is  comparatively  weak,  although  far  stronger 
than  the  other;  but  when  applied  by  the  bipolar  method  to  the  uterus  or 
vagina,  its  extraordinary  action  on  motor  and  sensory  parts  will  hardly  be 
credited  without  actual  demonstration  of  the  fact.  It  is  the  easiest  thing 
in  the  world  to  demonstrate  this  fact  unwittingly,  to  the  injury  of  the  pa- 
tient and  to  the  operator’s  mortification.  This  is  what  may  very  readily 
occur:  An  intra-vaginal  or  intra-uterine  bipolar  application  is  being  made 
vith  the  current  of  tension.  The  patient  complains  of  an  uncomfortable 
sensation,  which  may  or  may  not  be  due  to  the  action  of  the  current,  and 
For  a more  minute  description  of  the  separate  and  continuous  coils  see  page  267. 
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you  shift  the  slide  so  as  to  exchange  the  current  of  great  for  one  of  lesser 
tension,  which,  according  to  all  the  experiences  of  external  application, 
is  infinitely  weaker.  Instantly  a shock  is  occasioned,  associated  with  the 
acutest  pain  and  the  most  rigid  contractions,  that  astonishes  yourself  and 
terrifies  your  patient,  a mishap  which  I have  known  in  more  than  one  in- 
stance to  excite  neuralgia  and  other  severe  nervous  symptoms  of  a dis- 
tressing and  more  or  less  permanent  character. 

The  advantages  of  these  first  two  currents  of  the  series  over  the  last 
two,  presently  to  be  described,  lies  almost  wholly  in  the  effects  of  their 
internal  application,  and  especially  by  the  bipolar  method.  Both  currents, 
and  especially  the  current  from  the  combination  of  the  primary  and  second- 
ary induction  coils,  act  as  powerful  muscular  tonics  when  applied  inter- 
nally, and  are  capable  of  exciting  contractions  of  the  involuntary  muscular 
fibres  of  the  uterus  of  every  degree  of  severity.  For  this  reason  it  is  inval- 
uable in  cases  of  post-partum  hemorrhage,  and  must,  it  seems  to  me,  prove 
far  superior  to  ergot  for  its  suppression,  since  it  acts  instantaneously, 
and  witli  a force  just  sufficient  to  accomplish  the  object  desired. 

Jn  the  ordinary  form  of  subinvolution  the  current  from  the  primary 
and  second  induction  coil  is  invaluable.  Bipolar  intra-uterine  applica- 
tions persistently  repeated,  and  with  a strength  no  greater  than  can  be 
readily  borne  by  the  patient,  will  afford  results  so  gratifying  that  no  one 
who  has  once  had  experience  in  the  method  will  wish  to  treat  a case  of 
subinvolution  without  its  aid.  In  regard  to  the  action  of  the  primary  in- 
duction coil,  in  its  external  application,  I have,  I am  confident,  observed 
certain  effects  worthy  of  citation. 

Some  cases  of  hyperaesthesia  of  the  scalp  and  face,  and  not  a few  cases 
of  pain  of  a true  neuralgic  type  and  superficial  in  character,  are  more 
readily  relieved  by  this  current  than  by  any  proceeding  from  the  pure  in- 
duction coils  unassociated  with  the  battery  influence. 

It  is  a difficult  thing  to  explain  many  of  the  phenomena  of  electro- 
physics. We  can  state  them  and  utilize  them,  and  so  render  them  of  im- 
mense service  in  the  arts  and  sciences.  Many  of  the  phenomena  of 
electricity  as  related  to  physiology  are  equally  unexplainable,  but  none 
the  less  do  we  utilize  them  in  therapeutics.  Why  the  current  from  the 
primary  induction  coil  should  manifest  a superiority  as  stated  above,  it  is 
impossible  to  say  without  we  ascribe  it  to  that  combination  of  the  battery 
and  inductive  influence  which  it  possesses  in  such  perfection.  The  third 
current  of  the  series — that  proceeding  from  the  primary  and  the  second 
and  third  induction  coils — is  of  unique  quality  so  far  as  relates  to  its 
effects  when  applied  externally.  Like  the  primary  coil  it  will  electro- 
plate, but  unlike  it,  it  will  not  burn  steel  or  iron.  The  peculiarity  of  this 
combination  of  the  coils  is  that  the  maximum  of  power  to  contract  the 
muscular  tissue  when  the  application  is  made  through  the  medium  of  the 
skin  is  here  obtained.  Each  additional  coil  that  is  now  attached  simpl} 
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gives  a decreasing  contractile  power,  providing  the  initial  electro-motive 
force  remains  the  same.  Add,  however,  voltage  in  proportion,  and  not- 
withstanding the  increased  length  of  coil  the  power  of  the  current  to  over- 
come resistance  greatly  increases.  This  current,  possessing  less  quantity 
but  far  greater  tension  than  the  two  preceding  already  considered,  exerts 
by  no  means  the  same  influence  over  the  contractions  and  sensibility  of 
the  vagina,  uterus,  rectum,  or  bladder;  but  its  energy  of  action  in  this  di- 
rection IS  greatly  superior  to  the  fourth  current  of  the  series  next  to  be 
described.  To  emphasize  the  advantages  in  bipolar  faradization  of  this 
combination  of  helices  over  the  separate  form,  mark  the  distinct  and 
varied  effects  obtained  from  the  first  named.  The  current  from  the  pri- 
mary coil,  although  very  weak  when  applied  externally,  exerts  very  positive 
effects  upon  both  the  sensory  and  motor  nerves  when  applied  internally 
From  the  primary  and  second ’induction  coil  we  obtain  a current  the 
effects  of  which  are  tenfold  greater,  and  the  utmost  caution  is  called  for 
m Its  application.  Adding  the  third  induction  coil,  the  application  still 
eing  internal,  the  sensory  and  motor  effects  are  yet  marked,  although  far 
less  severe  than  the  current  from  the  preceding  coils,  but  greatly  in  excess 
of  the  fourth  and  last  current  of  the  series.  This  current,  for  the  produc- 
tion of  which  all  four  coils  are  necessary,  is  in  many  respects  the  most 
important,  and  has  a range  of  usefulness  wider  than  the  others.  Its  action 
IS  pre-eminently  tonic  and  sedative. 

* ; preceding  combinations  of  coils  are  exceed- 

ngly  harsh  and  so  keen  and  cutting  in  character  as  to  be  absolutely  pain- 
ful If  carelessly  administered.  This  current,  on  the  contraiy,  is  always 

eXrLce  even  when  administered  to  the  point  of 

Therefore  in  the  operation  of  general  faradization,  when  we  desire  to 
obtain  the  best  constitutional  tonic  effects  that  electricity  is  capabL  of 
g ing  '\e  resort  to  this  combination  of  the  coils.  While  we  cannot  satis 
actorily  explain  all  the  complex  action  of  electricity  on  the  tissues  as  it 

everTothirr^ed"”^"^  W°h  ’ 

system  whv  mii  ' ^ k explain  why  arsenic  feeds  the  nervous 

producer sieen  r r'"  ""  opium 

nameless  anTimt^^  ? " -edifies  the 

tissue,  and  as  a resuTtanL^f 

action  there  is  imnr  H physical,  chemic,  and  physiologic 

growth.  “^proved  nutrition  and  increased  development  and 

perior°ity^f  thet^rr^^^^^  testifies  to  the  su- 

relief,  therefore  ^or  the 

perplexing  to  those  who  h^a"^  ^'7  symptoms  that  are  so  familiar  and 

g those  who  have  much  to  do  with  neurasthenic  cases,  there  is 
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nothing  to  be  compared  with  it.  Even  the  galvanic  current,  by  the  method 
of  central  galvanization,  so  important  in  its  direct  effects  upon  the  central 
nervous  system,  falls  short  of  the  therapeutic  results  that  follow  through 
applications  of  general  faradization. 

When  persistent  failure  follows  endeavors  along  this  line  of  electriza- 
tion, the  cause  of  failure  must  be  attributed  to  hasty  and  faulty  methods 
of  administration.  Even  more  marked  is  the  difference  in  the  action  of 
this  current  of  tension  and  the  current  of  quantity  in  bipolar  faradization 
of  the  rectum,  vagina,  and  uterus.  Its  comparatively  mild  action  on  the 
motor  and  sensory  nerves,  coupled  with  its  great  power  of  overcoming  le- 
sistance,  render  the  current  of  tension  par  excellence  the  current  for  the 
relief  of  pain. 

While  the  currents  from  the  first  two  coils  act  but  feebly  when  applied 
externally,  but  with  astonishing  vigor  when  applied  internally,  the  current 
of  tension  from  the  whole  combination  of  coils  acts  with  a vigor  that  is 
felt  through  all  portions  of  the  system  when  applied  externally,  yet  when 
applied  to  the  uterus  through  a bipolar  electrode  its  action  is  but  slightly 
felt,  and  is  without  disagreeable  sensation.  So  tolerant,  indeed,  are  the 
internal  muscular  organs  of  the  body  to  the  induced  currents  of  tension 
that  it  is  absolutely  impossible  to  obtain  a current  of  sufficient  power  from 
the  batteries  in  ordinary  use.  batteries  that  have  been  long  in  use  and 
that  are  illy  kept,  while  perhaps  yielding  a current  of  tension  of  sufficient^ 
strength  for  localized  applications  externally,  are  insufficient  for  bipolar 
applications.  Even  if  at  first  the  current  is  appreciably  felt  in  the  uterus, 
the  sensitiveness  soon  subsides  although  its  strength  may  have  been  very 
much  increased,  and  both  physician  and  patient  may  be  in  doubt  as  to 

whether  the  current  is  being  received  at  all. 

This  phenomenon  becomes  prominently  apparent  in  hysterical  cases 
with  which  is  associated  excessive  hyixiraesthesia  of  the  abdomen,  and  it 
has  been  no  uncommon  thing  in  my  observation  to  treat  women  with  the 
current  of  tension  for  the  relief  of  the  most  acute  surface  abdominal  hy- 
permsthesiee,  and  at  the  close  of  a single  stance  to  find  the  abdomen  in- 
susceptible to  any  ordinary  manipulation.  Far  different  is  it  wit i tie 
current  of  quantity.  Tolerance  is  not  established,  and  what  is  painful  in 
the  beginning  continues  more  or  less  painful  throughout  the  treatment,  and 
it  frequently  becomes  necessary  to  decrease  rather  than  to  increase  the 
current  strength.  To  avoid  the  disagreeable  shock,  of  which  the  patien 
invariably  complains  even  when  beginning  the  application  wiUi  ‘y"'- 
mum  of  current  strength,  a rheostat  should  be  intercalated.  With  t e 
modern  high-tension  coil,  however,  a rheostat  is  not  necessary,  since 
construction  is  such  that  the  current  begins  from  absolute  zero. 

The  main  points  that  have  been  considered  are  these; 

I.  From  the  ordinary  continuous-coil  apparatus,  owing  o gj 

tion  of  helices,  the  wires  of  which  differ  in  thickness  and  length,  proce 
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four  qualities  of  current  that  vary  in  a most  remarkable  degree  in  all  the 
properties  of  electricity — physical,  physiologic,  and  therapeutic. 

2.  That  the  variation  is  observed  most  markedly  when  applications  are 
made  internally  to  the  vagina,  uterus,  rectum,  or  bladder,  by  the  bipolar 
method. 

3.  From  the  primary  or  first  induction  coil  we  obtain  a current  of 
quantity  that  is  barely  perceptible  externally,  but  internally,  and  espe- 
cially by  the  bipolar  method,  acts  with  greatly  increased  efficiency. 

4.  From  the  combination  of  the  primary  and  secondary  induction  coils 
we  obtain  a current  of  greater  tension,  but  which  still  acts  mildly  when 
applied  externally.  Applied  internally,  however,  its  effects  are  far 
greater  than  the  first  coil,  both  in  exciting  the  sensibility  and  contractility,, 
and  the  utmost  caution  must  be  exercised  in  its  use.  In  the  same  degree, 
also,  it  acts  upon  the  vagina,  rectum,  bladder,  and  testes.  This  current 
is  especially  applicable  in  the  treatment  of  enlargements  of  the  uterus  due 
to  subinvolution,  but  is  of  little  or  no  value  when  the  enlargement  is  due 
to  fibrous  tissue.  It  is  of  especial  value  in  post-partum  hemorrhage,  and 
from  its  power  to  excite  the  sensibility  and  contractility  of  the  bladder  and 
rectum  it  may  be  used  with  good  effect  when  these  organs  are  ansesthetic 
or  suffer  from  diminished  or  lost  contractility. 

5.  From  a combination  of  the  first,  second,  and  third  induction  coils 
we  obtain  the  maximum  of  power  to  excite  both  sensibility  and  contrac- 
tility on  the  external  surface  of  the  body,  each  additional  coil,  provided  the 
initial  force  or  voltage  is  not  increased,  simply  giving  a decreasing  power 
over  sensation  and  contraction.  Applied  internally,  however,  it  acts  far 
less  powerfully  than  either  of  the  two  previously  named  currents;  but  in 
the  ordinary  forms  of  paralysis  of  voluntary  muscles  it  will  more  readily 

call  for  the  contractions  than  the  current  from  any  other  combination  of 
coils. 

6.  From  the  first,  second,  third,  and  fourth  induction  coils  combined 
a current  is  obtained,  differing  from  and  superior  to  all  the  others  in  its 
sedative  and  general  tonic  effect  upon  the  system  at  large.  It  neither 
acts  upon  the  sensibility  or  muscular  contractility  when  applied  exter- 
nally as  does  the  third  current  of  the  series,  nor  with  a tenth  nor  even  a 
twentieth  part  of  the  acuteness  when  applied  internally,  that  characterizes 

e second  current  of  the  series.  For  the  purposes  of  general  faradization, 
nowever,  it  is  the  only  proper  current  to  use,  and  for  applications  to  the 

gina  an  uterus,  for  the  relief  of  many  forms  of  pain,  it  possesses  prop- 
erties that  are  invaluable.  i' 


CHAPTER  XVI. 


NEURASTHENIA*  AND  ALLIED  AFFECTIONS. 

Functional  diseases  of  the  nervous  system  and  indeed  all  functional 
derangements  are  of  far  greater  importance  in  the  consideration  of  meth- 
ods of  relief  than  diseases  that  are  organic  or  structural.  Volumes  have 
been  written  about  progressive  degeneration  of  nerve  tissue,  yet  we  still 
find  that  all  our  therapeutics  avail  but  little  in  dealing  with  gross  central 
or  peripheral  nerve  lesions.  A man  suffering  from  a grave  structural  le- 
sion is  very  much  in  the  same  condition  of  him  who  is  in  a state  of 
senility.  “ The  house  is  tumbling  to  pieces;  the  landlord  refuses  to  make 
further  repairs,”  and  unassisted  by  nature  medical  art  is  practically  power- 
less. With  what,  however,  in  our  ignorance  we  term  functional  diseases, 
the  case  is  widely  different.  Nature  here  does  not  withhold  her  aid  and 
supplemented  by  the  resources  of  science  the  most  distressing  and  per- 
sistent functional  diseases  are  successfully  dealt  with.  Of  all  forms  of 
the  functional  neuroses,  neurasthenia  is  perhaps  the  most  important,  not 
alone  because  of  its  frequency  and  the  suffering  that  it  entails,  but  be- 
cause the  results  of  treatment  are  so  much  more  gratifying  than  in  many 
of  the  diseases  belonging  to  this  class.  The  derivation  of  the  term 
neurasthenia  is  sufficiently  obvious.  It  comes  from  the  Greek  word 
veu()ov,  a nerve;  «,  privative;  and  rrOeviKs,  strength;  and  therefore,  being 
literally  interpreted,  signifies  want  of  strength  in  the  nerve.  Under 
the  name  of  general  debility,  it  is  a condition  sufficiently  familiar  to  every 
practising  physician,  and  too  frequently  resists  most  obstinately  all  forms 
of  internal  medication.  It  is  not  to  be  confounded  with  anaemia,  though 
it  may  be  associated  with  it. 

The  one  principle  on  which  neurasthenia  is  to  be  treated  is  by  the 
concentration  of  all  possible  tonic  influence  on  the  nervous  system— air, 
sunlight,  water,  food,  rest,  diversion,  muscular  exercise,  and  the  internal 
administration  of  those  remedies,  such  as  strychnine,  phosphorus,  arsenic, 
etc.,  which  directly  affect  the  central  nervous  system. 

Electric  Treatnmit. — The  best  methods  of  using  electricity  in  the  treat- 
ment of  neurasthenia  are  undoubtedly  general  faradization  and  central 
galvanization,  but  if  there  be  special  or  local  disorder  as  prostatic  or 

*See  treatise  on  this  subject  by  Drs.  Beard  and  Rockwell. 
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ovarian  irritation,  then  local  faradization  and  galvanization  are  also  re- 
quired. Static  electrification  sometimes  gives  better  results  than  either 
galvanization  or  faradization.  The  differential  indications  for  the  use  of 
the  dynamic  or  static  forms  of  electricity  in  neurasthenia  can  be  deter- 
mined only  by  a study  of  the  idiosyncrasies  of  individual  cases. 

Beneficial  results  are  so  uniform  in  this  condition  that  we  have  reason 
to  suspect  some  unrecognizable  organic  disease  in  those  cases  that  give 
no  evidence  of  improvement  after  protracted  treatment.  Even  the  com- 
plicated forms,  that  are  the  result  of  incurable  disease,  may  be  much  re- 
lieved. The  cases  that  fail  to  be  benefited  by  electric  treatment  are  those 
of  lifelong  standing,  or  in  which  the  temperament  contraindicates  electric 
treatment. 

Spinal  Irritation. — Spinal  irritation  is  one  of  those  names  which,  like 
hysteria,  have  become  the  recognized  property  of  the  profession,  against 
the  actual  or  implied  protest  of  nearly  all  who  employ  it.  It  is  a part  of 
the  hysterical  constitution. 

The  term  spinal  irritation,  originally  proposed  by  Dr.  Brown,  of 
Glasgow,  and  described  and  illustrated  in  detail  by  G.  T.  P.  Teale,  in 
1829,  and  the  Griffin  brothers  in  1844,  is  now  pretty  generally  under- 
stood, in  England  and  America  at  least,  to  express  a tolerably  well-defined 
morbid  condition,  of  which  one  of  the  principal  symptoms  is  spinal  ten- 
derness. 

Differential  Diagnosis. — Spinal  irritation  almost  always  forms  a part 
of  hysteria  and  neurasthenia,  constituting,  as  it  were,  a subdivision  or  ac- 
companiment of  them,  and  is  only  entitled  to  the  honor  of  distinct  nomen- 
clature by  itself  when  the  spinal  tenderness  and  the  symptoms  that  di- 
rectly flow  from  it  overshadow  other  accompanying  conditions.  Close 
examination  would  reveal  that  very  many  of  the  cases  in  practice  that  are 
variously  classified  under  hysteria,  anaemia,  etc.,  have  a sufficiently  marked 
tenderness  of  the  vertebrae  to  be  regarded  as  examples  of  spinal  irritation; 
an  if  treated  accordingly,  would  recover  more  rapidly  than  under  the 
methods  usually  employed.  The  best  confirmation  of  the  diagnosis  is  the 
very  favorable  result  of  judicious  and  varied  treatment  devoted  specially 
to  the  tender  spots  on  the  spine. 

Ifetween  spinal  irritation  and  spinal  meningitis  or  congestion  the  dis- 
inction  is  oftentimes  purely  one  of  permanence  and  degree.  In  both  con- 
itions  there  may  be  pain  and  heat  in  the  spine,  neuralgia  or  paralysis  of 

im  s,  plantar  heat  and  anaesthesia,  constipation,  feeling  of  pressure 
con^riction  in  the  chest,  and  stiffness  of  the  neck,  etc.  It  is  distin- 
IS  e from  myelitis  by  the  absence  of  other  necessary  symptoms.  The 
mye^kc'^*^^  muscles  in  spinal  irritation  are  less  painful  than  those  of 

spinal  irritation,  as  in  cerebral  irritation,  it  is  prob- 
a t ere  may  be  either  anaemia  or  hyperasmia.  That  many  of  the 
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cases  of  spinal  irritation  depend  on  passive  hyperaemia  of  the  cord  is 
rendered  probable — 

1.  By  the  feeling  of  heat  and  burning  at  the  seat  of  the  irritation. 

2.  By  the  fact  that  this  pain  is  increased  at  night,  when  the  patient  is 
in  a recumbent  position. 

3.  By  the  fact  that  it  is  relieved  by  measures  that  relieve  congestion, 
as  dry  and  wet  cupping,  and  by  blisters  over  the  tender  vertebrae. 

On  the  other  hand,  reasoning  from  analogy  and  from  what  we  know  of 
the  relation  of  the  sympathetic,  it  is  proper  to  assume  that  anaemia  may 
account  for  many  of  the  phenomena  of  spinal  as  of  cerebral  irritation. 
This  assumption  is  strengthened  by  the  fact  that  very  many  of  the  patients 
who  have  spinal  irritation  are  more  or  less  anaemic.  And  yet,  reasoning 
from  the  history  of  the  cases  and  from  the  results  of  treatment,  we  are  in- 
clined to  the  opinion  that  anaemia  exists  only  in  a minority  of  the  cases  of 
spinal  irritation ; that  in  the  majority  of  instances  there  is  more  or  less  at 
least  temporary  passive  congestion  of  the  cord  and  of  its  membrane;  and 
that  in  all  cases  of  doubt  it  is  safe  to  assume  the  existence  of  hyperaemia, 
and  to  guide  the  treatment  accordingly. 

It  is  not  necessary  to  assume  that  this  hypermmia  of  the  cord  is  a con- 
stant condition.  ' Except  in  the  severe  and  long-standing  cases,  it  is  prob- 
ably not  so,  but  is  more  or  less  evanescent,  temporary,  and  metastatic. 
This  may  distinguish  it  from  spinal  congestion,  which  is  a fixed  condi- 
tion. Temporary  congestion  of  the  cord,  as  of  the  brain,  the  genitals,  the 
eye,  and  the  ear,  may  perhaps  be  easily  excited  by  irritating  causes.  It  is 
not  unreasonable  to  suppose  that  anaemia  and  hyi^eraemia  may  alternate  in 
the  patient,  and  in  the  same  day  or  hour. 

Electric  examination  in  spinal  irritation  may  sometimes  reveal  tender 
spots  on  the  spine  that  are  not  indicated  by  pressure. 

Treatment. — Electric  treatment  consists  in  general  faradization,  gal- 
vanization of  the  spine  and  sympathetic,  and  central  galvanization. 

Our  experience  in  a great  number  of  cases,  since  the  first  edition  of 
this  work,  convinces  us  that  in  galvanization  of  the  spine  the  positive  pole 
acts  better  than  the  negative  in  the  treatment  of  this  affection.  To  de- 
pend, however,  on  localized  galvanization  alone  is  illogical,  since  the  dis- 
ease, though  for  the  time  specially  localized  in  the  spinal  cord,  is  usually 
simply  but  a development  or  manifestation  of  the  nervous  diathesis,  in 
which  the  whole  system  shares. 

Prognosis. — Under  electric  treatment  alone,  the  prognosis  of  spinal 
irritation  is  usually  favorable  for  a relief,  and  sometimes  for  permanent 
cure. 

It  is,  however,  of  great  advantage  in  all  severe  or  long-standing  cases, 
to  combine  with  electrization  counter-irritation  (very  small  blisters,  or 
tartar-emetic  ointment)  over  the  sensitive  vertebrm,  and  the  internal  ad- 
ministration of  phosphorus  or  other  stimulants. 
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Comparative  rest  of  brain  and  muscles  is  an  important,  though  not  in- 
dispensable, aid  to  treatment.  The  disease  is  quite  prone  to  relapse,  es- 
pecially under  bad  hygienic  surroundings.  Under  combined  treatment, 
consisting  of  blisters  to  the  spine,  phosphorus,  strychnia,  and  electriza- 
tion, the  majority  of  cases  will  rapidly  improve. 

Insomnia. — Insomnia  is  a symptom  which,  with  greater  or  less  uni- 
formity and  severity,  accompanies  nearly  all  forms  of  disease. 

It  is  a symptom  of  such  an  indefinite  variety  and  complexity  of  patho- 
logic conditions  that  it  is  manifestly  impossible  to  treat  it  with  anything 
like  uniform  success  by  any  one  conceivable  form  of  medication;  but  of 
all  the  remedies  that  have  yet  been  tried  there  is,  we  believe,  no  one  which 
permanently  relieves  the  symptoms  in  so  large  a proportion  of  cases  as 
electrization.  The  effects  of  electricity  on  the  sleep,  whether  used  in  the 
form  of  general  faradization,  galvanization  of  the  head  and  cervical  sym- 
pathetic, or  static  electrification,  are  both  temporary  and  permanent. 
The  temporary  relief  that  appears  the  night  or  two  following  an  applica- 
tion, though  usually  far  less  potent  than  those  of  bromide  of  potassium 
and  hydrate  of  chloral,  are  yet  very  decided;  but  it  is  for  the  permanent 
relief  that  electrization  is  chiefly  indicated  in  this  symptom.  This  comes 
gradually,  slowly,  and  as  a result  of  the  improvement  of  the  morbid  con- 
dition on  which  the  insomnia  depends. 


As  has  been  stated,  improvement  in  sleep  is  one  of  the  earliest  effects 
for  which  we  look  during  a course  of  treatment  by  general  electrization. 
In  a wide  range  of  diseases  sleep,  to  a certain  extent  and  with  exceptions, 
may  be  regarded  as  a thermometer  of  health.  When  all  other  bodily  func- 
tions are  well  performed,  the  sleep  is  usually  sound,  calm,  and  refreshing; 
when  it  becomes  painfully  and  persistently  disturbed  by  dreams,  or  is  long 
absent,  we  may  suspect  actual  or  approaching  disease. 

Temporary  loss  of  sleep,  that  comes  from  temporary  anxiety  or  from 
neuralgia  or  other  pain,  is  usually  relieved  with  the  removal  of  the  cause, 
and  only  demands  special  medical  treatment  when  it  is  long  continued. 

The  treatment  of  insomnia  is  really  the  treatment  of  all  the  diseases 
on  which  it  depends.  For  those  cases  where  simple  wakefulness  exists, 
unaccompanied  by  any  other  symptom  of  recognizable  disease,  we  may 
use  either  galvanization  of  the  sympathetic,  or  faradization  of  the  head 
an  spine,  general  faradization,  or  what  is  in  some  cases  more  effective 
than  all,  treatment  by  static  insulation.  By  the  last  method,  positive  in- 
su  ation  is  to  be  preferred  to  negative.  It  is  not  even  necessary  to  make 
e applications  to  the  head,  the  sympathetic,  or  even  to  the  spine,  in  order 
o produce^  sleep.  Simple  peripheral  galvanization  or  faradization  will 
pro  uce  this  result,  and  in  some  cases  to  a very  marked  degree.  This 
explained  by  reflex  action.  In  a case  of  rheumatism 
f "'hich  we  once  treated  by  galvanization  through  the 

J nt,  the  soporific  effect  on  the  patient  was  so  marked  that  he  fell  into  a 
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profound  slumber  before  we  had  time  to  leave  the  house,  in  less  than  ten 
minutes  after  the  application  was  over.  In  another  case  of  infantile  par- 
alysis the  mother  reported  that  the  child  slept  soundly  for  two  hours  or 
more  after  each  sitting,  although  only  the  limbs  were  galvanized. 

Astrap/wbia  ( arTzpa-Tj,  lightning,  and  <po^o?,fear  of). — Some  individuals, 
especially  those  of  peculiarly  impressible  organizations,  are  not  only  un- 
pleasantly but  seriously  affected  during  thunder-storms  that  are  attended 
by  vivid  flashes  of  lightning.  They  suffer  not  only  distressing  fear,  but 
positive  pain  in  the  head  or  stomach,  that  leaves  them  in  a .condition  of 
exhaustion  that  may  last  several  hours,  or  even  tv\'0  or  three  days. 

A medical  friend  informed  us  of  a patient  under  his  care,  who  during 
thunder-storms  was  attacked  by  severe  nausea,  and  by  convulsive  attacks 
resembling  epilepsy.  Under  treatment  directed  to  the  improvement  of 
her  general  system  she  greatly  improved.  In  some  cases  diarrhoea  is  ex- 
cited. 

T'hese  symptoms,  though  most  frequent  with  nervous  people,  and  espe- 
cially with  women,  may  also  appear  in  those  who  are  otherwise  strong 
both  in  health  and  in  will  power. 

In  several  cases  of  astraphobia  of  long  standing  we  found  much  dimi- 
nution of  volitional  contractility  and  considerable  anesthesia,  but  no 
I0.SS  of  electric  muscular  contractility. 

Treatment  by  the  electric  brush  and  central  galvanization  afforded 
much  although  not  absolute  relief. 

Ifystcria. — That  electricity  is  not  generally  appreciated  as  a valuable 
remedy  in  the  treatment  of  hysteria  is  due  to  the  fact  that  the  profession 
have  looked  upon  electricity  as  a stimulant  merely,  and  have  not  fully 
recognized  its  sedative  and  tonic  properties,  and  hence  have  confined  their 
attention  largely  to  paralysis,  as  the  one  disease  above  all  others  to  be 
treated  by  this  agent. 

Electro-diagnosis.— though  not  necessarily,  there  is  excessive 
sensitiveness  to  the  electric  current  in  all  parts  of  the  body.  Patients 
sometimes  can  bear  only  the  mildest  currents.  In  some  cases  even  a mild 
current  will  not  be  borne  on  the  middle  of  the  back,  which,  in  health,  is 
usually  so  little  sensitive.  Reflex  sensations  may  be  observed  during 
electrization  of  hysterical  patients.  Irritation  of  the  diseased  side  of  the 
body  may  be  sensitively  felt  in  the  healthy  side.  Sometimes  there  is  ca- 
pacity for  bearing  very  strong  currents  without  injury,  even  when  there  is 
great  hypersesthesia.  The  electro-diagnosis  of  hysterical  paralysis  will 
be  presented  under  that  disease. 

Treatment. Hysteria  is  a constitutional  disease,  and  demands  consti- 

tutional treatment.  To  attempt  to  chase  after  and  direct  the  application 
of  electricity  to  each  special  symptom  as  it  appears,  is  unphilosop  im 
and  usually  unsuccessful.  General  faradization,  central  galvanization, 
and  static  electrification  are  methods  of  electrization  that  are  indicate 
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hysteria.  Under  whatever  symptoms  it  may  be  developed,  our  chief  and 
best  results  have  been  obtained  by  these  methods.  This  general  treat- 
ment does  not,  of  course,  dispense  with  localized  electrization  of  paralyzed 
muscles,  or  special  attention  to  any  localities  where  the  disease  is  for  the 
time  directed.  Diseases  of  the  sexual  organs,  hysterical  hiccough  or 
cough,  aphonia,  or  incontinence  of  urine,  may  sometimes  need  localized 
electrization;  but  these  symptoms  frequently  yield  under  general  faradiz- 
ation or  central  galvanization,  even  when  no  special  attention  is  given  to 
the  diseased  parts  In  nearly  all  cases,  except,  perhaps,  long-standing 
paralysis,  it  is  much  better  to  dispense  with  the  local  than  the  general 
treatment.  There  are  cases,  however,  in  which  the  symptoms  of  ri^id 
contractions  of  certain  muscles  are  most  persistent  and  painful  in  clmr. 
acter.  In  such  conditions  of  the  affected  muscles  galvanization  should 
never  be  omitted.  In  cases  of  extreme  hyperassthesia  it  may  be  necessary, 
as  Benedikt  advises,  to  place  the  patient  under  the  influence  of  an  ames- 
thetic  while  the  application  is  made.  Strong  currents  do  not  appear  to 
be  injurious  in  such  cases. 

_ /^rog,m/s.~The  behavior  of  hysteria  under  electrization  is  as  capri- 
Clous  and  inconsistent  as  are  its  symptoms.  Some  cases  yield  to  general 
e ectrization  with  wonderful  rapidity;  others,  apparently  no  worse  are 

no^cas^  h ° M average,  the  prognosis  is  so  favorable’ that 

2 case  should  be  abandoned  without  a fair  trial  of  this  method  of  treat- 

tor  ' • peripheral  electrization  the  results  are  usually  unsatisfac- 

y since  the  relief  of  the  local  symptom  is  by  no  means  a cure  of  the 
morbiQ  constitutional  condition. 

Hysteria  illustrates  as  much  as  any  other  disease  perhaps  first  the 

rent"”  ‘"'‘''y  >»  a highly  nervous  patient  of  the  galhnic’cur- 

gene’raHar!r”t  galvanization  over 

fvstem  ■"  Jnnctional  diseases  of  the  central  nervous 

to  he  nn  “‘'cofmon  thing  for  the  patient 

to  bear  without  the  slightest  discomfort  jo  to  60  millLperes  oT  cut 

penSmuiir  ‘ symptoms  are  both  associated  with  and  de- 

ftest sv‘T"  '““g^yable  uterine  disorders,  but  in  many  cases,  life 

Ihey  art  n^tTv  associated  with  and  aggravated  by  such  disorders, 

y re  not  by  any  means  always  dependent  upon  them 

that  stmlmt  retcU'  f-nd 

toerelt  a reflex  t 100!^ supposed  to  be 
of  electrization  hefo  '‘‘fangement,  have  frequently  yielded  to  some  form 

tlition  of  the  seLual  apVatltr”  ' 

driaSatt°mt7rrh“il  distinction  between  hypochon- 

•-0  Oharacter  of  any  special  disease  fromThtrhe^^rbThfh" 
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a most  exaggerated  conception  of  its  importance  and  of  its  probable  re- 
sults. He  talks  much  of  his  symptoms,  and  unceasingly  seeks  relief. 
The  melancholic,  on  the  contrar)^  possibly  suffers  from  no  appreciable  dis- 
ease; or  if  any  evident  structural  or  functional  trouble  exists  aside  from 
the  recognized  mental  perversion,  it  is  unheeded.  As  Maudsley  expresses, 
“ the  former  committing  a murder  would  certainly  be  hanged,  the  latter 
probably  not.”  The  tendency  of  the  melancholic  is  frequently  to  suicide 
the  hypochondriac  clings  to  life.  Intellectual  exertion  is  an  impossi- 
bility for  the  melancholic;  the  hypochondriac,  on  the  contrary,  may  lead 

the  highest  intellectual  life.  , . 

The  one  suffers  from  such  perverted  habits  of  thought  and  feeling  that 
the  strongest  and  most  natural  affections  may  cease  to  exist;  the  other  re- 
tains all  the  normal  warmth  of  feeling  toward  friends  and  relatives. 

Melancholia  is  a more  advanced  phase  of  mental  perversion,  and  to 
this  advanced  and  more  serious  condition  hypochondriasis  not  unfrequently 


^ There  are  reasons  (or  believing  that  the  sympathetic  nervous  system 
is  largely  at  fault  in  cases  of  hypochondriasis;  and  that  if  not  demonstra- 
bly diseased  it  is  yet  the  medium  through  which  disease  of  the  other  parts 
reacts  on  the  brain,  and  produces  molecular  or  other  disturbance. 

'Fhe  two  leading  ideas  that  we  here  desire  to  impress  are,  first,  that 
hypochondriasis  is  just  as  truly  a disease,  or,  more  strictly  =Peak>ng  a 
symptom  of  disease,  as  dyspepsia,  insomnia,  chorea  neuralgia,  paralysis 
or  insanity,  and  should  be  treated  accordingly.  The  popular  ™e‘''od 
neglecting  hypochondriacs  altogether,  or  o£  administering  placebos,  js  not 
scfenti(ic.\nd,  except  in  rare  cases,  is  not  successful.  Second  y,  hypo- 
chondriasis, when  not  dependent  on  serious  lesions  of  the 
system,  is  susceptible  of  relief  and  of  positive  cure  under  ajt  “ “d 
faithful  use  of  electricity.  Still  further,  we  ^ 

our  own  cases  justify  the  belief-that  cerebral  disease  of  a “ore  p 
notinced  character  itself  may  be  relieved  by  electricity  1 and  that  that  te 
rible  form  of  hypochondriasis  which  is  the  precursor  of  organic  cerebr 
disease— the  vestibule  that  leads  to  the  dark  and  gloomy  caverns  of 
ftylmay  be  controlled  or  kept  at  bay  by  a l*tsevedng  electric  treatment 
Trcltmmt.^l^  hypochondriasis,  general  f“adization  cent  8 ^ 

ization,  galvanization  of  the  cervical  ,ii  nietho^^ 

C are  indicated.  We  have  obtained  good  results  from  all  methods, 

though  most  of  our  cases  were  treated  by  the  first  and 

Insanity.-^t  have  seen  that  very  much  has  bee  combined 

treatment  of  neurasthenia,  hysteria,  and  ^c  electric 

methods  of  central  galvanization,  general  f "fCC  future 

:7inCrrL“*e^Ctifi"tHMid  u"e7these  methods  of  electrization 
in  our  public  and  private  asylums. 
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It  is  not  as  well  recognized  as  it  should  be  that  in  diseases  of  the 
brain  and  spinal  cord,  where  the  mind  is  seriously  affected,  the  electric 
treatment  is  also  indicated,  just  as  in  diseases  of  the  same  organs  when 
the  mind  is  not  affected.  In  some  of  the  asylums  of  England,  United 
States,  and  Germany,  electricity  is  now  and  for  some  time  has  been  used 
as  an  adjunct  to  other  remedies  for  the  treatment  of  different  forms  of  in- 
sanity; but  with  a few  exceptions,  the  treatment  is  not  systematically  car- 
ried out,  and,  partly  through  ignorance  of  the  methods  of  application, 
partly  through  want  of  sufficient  medical  assistance  to  supervise  the  nec- 
essary details,  the  results  have  not  been  entirely  satisfactory,  and  the 
cases  have  not  been  fully  recorded. 

The  failures  in  this  as  in  other  branches  of  electro-therapeutics  are, 
in  fact,  the  logical  result  of  want  of  familiarity  with  the  management  of 
batteries,  of  incorrect  ideas  on  the  differential  action  of  the  currents  and 
the  general  action  of  electricity  on  the  body,  and  deficient  technical  skill 
in  the  details  of  the  applications. 

For  those  who  are  beginning  to  use  electricity,  or  are  contemplating 
its  use  in  the  asylums  for  the  insane,  these  general  suggestions  may  be  of 
service:  i.  Let  it  be  remembered  always  that  electricity,  in  any  form — 
franklinic,  galvanic,  or  faradic — when  applied  to  the  body,  acts  as  a stim- 
ulating tonic  with  a powerful  sedative  influence.  It  is  an  agent  for  im- 
proving nutrition  in  any  condition,  local  or  general,  where  improvement 
in  nutrition  is  required.  It  is  to  be  used  for  the  insane  just  as  bromide 
of  potassium,  quinine,  strychnine,  and  iron  are  used. 

The  order  and  degree  of  its  effects  depend  largely  on  the  method  and 
manner  of  application,  and  on  the  constitution  and  disease  of  the  patient 
to  which  the  application  is  made. 

2.  That  in  insanity  the  brain  is  not  the  only  part  of  the  body  affected. 
Excluding  those  cases  of  insanity  produced  by  reflex  action  from  the  di- 
gestive and  pelvic  organs,  there  are  very  many  cases  where  the  spinal 
cord  and  other  parts  of  the  central  and  peripheral  nervous  system  suffer 
as  an  effect  of  the  disease  of  the  brain. 

While  these  remarks  may  seem  but  commonplace  to  experienced  psy- 
chologists, and  while  the  fact  of  the  relation  of  diseases  of  the  brain  to 
diseases  of  other  parts  of  the  body  is  continually  recognized,  when  other 
remedies  are  employed,  still,  in  the  application  of  electricity,  some  experi- 
menters have  acted  on  the  theory  that  the  brain  alone  should  be  treated. 
Ihose  who  act  exclusively  on  this  theory  will  not  gain  great  victories  over 
insanity  by  electricity.  Some  of  the  applications  should  be  made  in  such 
a way  as  to  bring  the  whole  central  nervous  system  under  the  influence  of 
the  current,  and  local  diseases  associated  with  insanity  as  a cause  or  effect 
should  receive  local  treatment. 

I he  central  nervous  system  is  best  brought  under  the  direct  influence 
0 the  galvanic  current  by  the  method  of  central  galvanization.  The 
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method  may  be  varied  by  galvanization  of  the  brain,  cervical  sympathetic, 
pneumogastric,  and  spine;  but  the  method  of  central  galvanization  is 
easier,  safer,  and  more  effective.  In  cases  associated  with  debility,  and 
especially  in  those  forms  of  insanity  dependent  on  neurasthenia  or  nervous 
exhaustion,  general  faradization  answers  a good  purpose,  and  may  with 
great  advantage  be  used  alternately  with  central  galvanization  or  localized 
galvanization  of  the  nerve-centres. 

3.  The  first  tentative  applications  should  be  very  mild,  and  the 
strength  of  the  current  and  the  time  of  sitting  should  be  gradually  in- 
creased as  the  patient  proves  himself  able  to  bear  the  treatment. 

In  an  article  on  the  “ Early  Treatment  of  Insanity,”  Dr.  D.  R.  Brower 
writes  that  “ Electricity,  especially  galvanism,  by  reason  of  its  alterative 
and  tonic  properties,  is  generally  indicated.  It  is  best  used  first  as 
cephalic  galvanization,  by  placing  the  anode  at  the  forehead  and  the 
catliode  at  the  nucha,  using  large  electrodes,  with  a current  strength  of 
three  to  five  milliamperes,  for  about  five  minutes;  and  second,  by  galvan- 
ization of  the  cervical  sympathetic,  by  placing  the  cathode  over  the  cervi- 
cal sympathetic  ganglia  and  the  anode  at  the  nucha,  and  using  five  to  ten 
milliamperes  of  current  for  about  five  minutes.  Static  electricity  from  a 
machine  of  high  voltage,  used  as  insulation  for  five  to  ten  minutes,  and 
then  as  induced  sparks,  from  the  spinal  region,  every  day,  is  often  very 
useful.” 
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NEURALGIA. 

The  relief  of  pain,  whether  of  a pseudo-neuralgic  or  hysteric  character, 
or  whether  dependent  on  true  neuralgia  or  other  causes,  is  a very  impor- 
tant function  of  electrization ; but  in  no  condition  has  it  been  more  diffi- 
cult to  discriminate  correctly  in  the  selection  of  the  proper  method  of 
electric  treatment.  True  neuralgia,  as  defined  by  Anstie,  is  without  doubt 
most  successfully  treated  by  the  galvanic,  while  hysterical  neuralgia,  and 
the  so-called  pseudo-neuralgia,  which  are  simply  forms  of  pain,  occupying 
certain  areas,  and  running  seemingly  in  the  direction  of  certain  nerves, 
yield  most  readily  to  the  faradic  current. 

More  specifically,  the  effects  of  pressure  in  the  various  forms  of  neu- 
ralgia are  exceedingly  useful,  as  guiding  symptoms,  indicating  the  proper 
current.  We  do  not  by  any  means  lay  it  down  as  a universal  law,  but  it 
will  certainly  be  found  that,  in  the  great  majority  of  cases  of  neuralgia, 
where  firm  pressure  over  the  affected  nerve  aggravates  the  pain,  the  gal- 
vanic current  is  indicated,  while  the  faradic  current  has  the  greater  power 
to  relieve  when  such  pressure  does  not  cause  an  increase  of  pain. 

In  the  class  of  cases  called  sometimes  hysteric  hyperassthesia,  it  is 
well  known  that  firm  and  prolonged  pressure  affords  marked  relief,  while 
pressure  superficially  applied  increases  the  distress.  The  faradic  current 
is  here  infinitely  superior  to  the  galvanic. 

Electro-diagnosis  in  neuralgia  discovers  the  painful  spots  that  are  de- 
tected by  pressure  in  the  course  of  the  affected  nerve,  and  may  also  dis- 
cover sensitive  points  on  the  spine,  or  the  head,  that  might,  perhaps,  have 
otherwise  escaped  observation. 

Treat7nent. — Before  attempting  the  electric  treatment  of  neuralgia,  we 
should  endeavor  to  diagnosticate  its  general  character,  in  order  to  decide 
upon  the  method  to  be  employed.  In  doubtful  cases  it  is  necessary  to  try 
m succession  central,  peripheral,  and  general  treatment. 

The  treatment  of  the  different  varieties  of  neuralgia  is  the  best  test  of 
skill  in  electro-therapeutics.  There  is  no  disease  or  symptom  in  which 
t e results  of  treatment  in  different  cases  so  closely  depend  on  the  nature 
and  strength  of  the  current  used,  and  the  method  and  frequency  of  the  ap- 
plications. 

Cases  that  injudicious  treatment  might  aggravate  may,  by  the  exercise 
o t e skill  and  caution  that  experience  teach,  be  rapidly  cured. 
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The  success  achieved  by  electrization  in  the  treatment  of  neuralgia 
has  been  brilliant  and  remarkable,  and  would  be  sufficient  of  itself  to  en- 
title it  to  a prominent  and  indispensable  position  among  modern  remedies. 
What  is  more  remarkable  still  is  that  this  success  has  been  achieved  by 
very  diverse  methods  of  applications,  and  with  imperfect,  indifferent,  or 
incorrect  diagnoses.  All  forms  of  electricity — static,  galvanic,  and  fa- 
radic — in  all  the  different  methods  and  phases  of  electrization,  general 
and  localized,  centrally  and  peripherally,  by  currents,  stable,  labile,  con- 
tinuous, interrupted,  unifonn,  and  increasing. 

The  pain  is  frequently  relieved  in  the  midst  of  the  application  ; but  in 
such  cases  it  usually  returns  in  the  course  of  a few  hours,  and  sometimes 
with  heightened  intensity.  Some  cases  of  a peripheral  character  are  per- 
manently dispelled  by  one  or  two  applications. 

Electricity  is  applied  for  neuralgia  in  the  following  forms: — 

General  faradization  and  central  galvanization. 

Localized  faradization  or  galvanization,  central  or  peripheral,  or  both 
combined. 

Galvanization  of  the  cervical  sympathetic. 

Cata  phoresis. 

The  sinusoidal  current. 


Electric  brush. 

Electric  moxa. 

Static  electricity. 

Electric  bands  and  disks. 

'Fhe  magnet. 

Static  electricity  works  well  in  neuralgia,  and  excellent  cures  have 
been  performed  by  it,  but  it  is  inferior  in  most  cases  to  the  galvanic 

current.  ...  r ^ ■ -i. 

Many  of  the  failures  and  disappointments  with  the  use  of  electricity 

in  neuralgia  have  been  due  to  the  mistake  of  treating  constitutional  dis- 
eases locally,  and  the  central  varieties  peripherally. 

There  is  one  difficulty  in  the  treatment  of  neuralgia  by  electrization, 
and  that  is  that,  on  account  of  the  intensity  of  the  pain  of  the  disease, 
patients  are  sometimes  unwilling  to  give  the  treatment  a fair  trial.  This 
difficulty  is  further  increased  by  the  fact  that,  during  or  after  the  first  two 
or  three  applications,  the  pain  may  be  temporarily  aggravated,  especially 
if  the  sittings  have  been  long,  or  with  currents  of  too  great  strength,  ^or 
this  reason  the  initial  applications  should  be  made  with  caution,  an  le 
operator  should  not  yield  to  the  temptation  to  renew  them  too  frequent  y. 
Once  a day,  or  every  other  day,  is  about  as  often  as  applications  can 

made  with  benefit.  _ . .,4.  Uo  chi- 

As  before  remarked,  the  methods  of  applying  electricity  must  be 

diously  adapted  and  varied  to  each  case,  ever  keeping  in  mmd  th< 
methoL  of  using  electricity  have  been  successful  in  this  diseas  , 
that  no  one  method  is  uniformly  successful  even  in  the  same  variety. 
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Besides  the  central  and  general  electrization,  which  is  to  be  conducted 
on  general  principles,  in  order  to  affect  the  seat  of  the  disease,  all  the  va- 
rieties of  neuralgia  may  demand  more  or  less  treatment  in  the  seat  of  the 
pain.  For  this  purpose  we  may  use  either  faradic  or  galvanic  currents. 
Although  the  faradic  achieves  excellent  results,  yet  some  of  the  most 
striking  results  have  been  obtained  by  the  galvanic.  It  sometimes  re- 
lieves the  pain  when  the  faradic  only  aggravates  it*  After  the  faradic 
current  has  been  tried  a few  times  without  effect,  we  should  never  aban- 
don the  case  without  resorting  to  the  galvanic,  or  the  two  currents  may  be 
used  alternately.  As  a rule,  the  applications  should  be  short  and  made 
with  a mild  current;  but  this  rule  has  marked  exceptions.  Idiosyncrasies 
and  individual  susceptibilities  are  important  factors,  so  that  the  length 
and  strength  of  applications  vary  from  a few  moments  to  half  an  hour, 
and  from  two  or  three  milliamperes  to  fifty  or  sixty  and  more.  There  ap- 
pears to  be  no  special  law  in  regard  to  the  direction  of  the  current.  The 
strong  statements  that  have  been  made  in  regard  to  the  superiority  of  one 
or  the  other  pole  in  this  disease  are  not  sustained  by  experience.  Either 
the  positive  or  the  negative  pole  may  be  placed  over  the  painful  points, 
while  the  other  pole  is  applied  near  or  on  the  nerve-centre.  Thus,  in 
neuralgia  of  the  arms,  one  pole  may  be  placed  at  the  cilio-spinal  centre, 
and  in  neuralgia  of  the  legs  on  the  lumbar  vertebrae,  and  the  other  on  the 
affected  nerve  (spinal-cord-nerve  current). 

The  sinusoidal  current  acts  exceedingly  well  in  many  cases  of  severe 
neuralgia,  and  in  some  cases  may  prove  more  efficacious  than  the  ordinary 
faradic  current.  It  is  certainly  superior  for  the  relief  of  pain  to  the  some- 
what irritating  current  yielded  by  some  induction  coils.  We  have  not, 
however,  found  it  superior  in  efficiency  to  the  current  from  the  modern 
high-tension  coils,  and  is  by  no  means  equal  to  the  galvanic  current  in  the 
treatment  of  severe  neuralgic  cases. 

Cataphoresis  is  sometimes  successful  after  the  failure  of  ordinary 
methods.  This  was  well  illustrated  in  a recent  case  of  supra-orbital  neu- 
ralgia, in  which  the  use  of  a ten-per-cent,  solution  of  cocaine  completely 
relieved  the  pain  for  many  hours,  after  the  failure  of  the  applications  of 
heat,  the  cautery,  and  various  methods  of  electric  application. 

The  electric  moxa  is  sometimes  more  rapidly  efficacious  in  neuralgia 
than  any  other  method  of  treatment.  It  is,  however,  a very  painful  pro- 
cedure, and  many  patients  will  not  bear  it.  It  seems  to  act  partly  as  a 
counter-irritant.  Meyer  very  strongly  advocates  the  use  of  electric  moxa 
m neuralgia,  and  sustains  his  position  by  a number  of  cases.  Very  few 
American  patients  in  the  higher  walks  of  life  will  bear  this  severe  method 
of  using  electricity. 

* The  statements  of  Niemeyer  and  others  that  the  faradic  current  never  succeeds  in 
neuralgia  after  the  galvanic  fails,  is  not  true.  We  have  seen  several  cases  where  relief 
was  obtained  by  faradization,  after  galvanization  had  at  least  apparently  failed. 
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General  Prognosis.— the  cases  as  they  arise,  without  reference  to 
their  pathology,  duration,  or  situation,  neuralgia  offers  a very  favorable 
prognosis.  The  majority  of  cases  will  be  cured  or  permanently  improved. 
Patients  who  have  the  neuralgic  constitution  are  liable  to  relapse  in  time, 
however  successful  the  treatment  may  have  been. 

Central  Neuralgia.— this  head  we  include  those  cases  of  neural- 
gic pain  that  certainly  depend  on  pathologic  lesions  of  the  central  nervous 
system. 

The  neuralgic  pains  of  locomotor  ataxia  belong  to  this  class.  Those 
who  with  Di.  Anstie  regard  neuralgia  as  a distinct  disease,  dependent  on 
atrophy  of  the  roots  of  the  nerves,  do  not  regard  these  pains  as  really  neu- 
ralgic. Under  this  class  also  come  certain  varieties  of  headache  and 
cervical  neuralgia. 

Cephalalgia  {Headache'). — Headache  should  be  treated  by  general  or 
localized  electrization,  according  to  the  indications  of  each  case.  Dry 
faradization  with  the  hand  is  used  successfully.  Stable  galvanization  or 
faradization,  uniform  or  increasing,  may  be  employed.  Labile  applica- 
tions with  the  moistened  hand  are  sometimes  of  service.  General  fara- 
dization is  more  effective  than  localized,  for  the  reason  that  in  so  large  a 
proportion  of  cases  the  pain  in  the  head  is  so  very  frequently  symptomatic 
of  disease  of  other  parts  of  the  body,  the  precise  nature  and  locality  of 
which  we  cannot  possibly  detect.  Central  galvanization  is  sometimes 
more  efficacious  than  any  other  method.  Relief  not  unfrequently  follows 
galvanization  or  faradization  of  the  stomach,  or  bowels,  or  spine,  or  gal- 
vanization of  the  sympathetic,  even  when  the  head  is  not  touched.  Ap- 
plications to  the  back  of  the  neck  are  sometimes  more  efficacious  than  di- 
rect applications  to  the  head. 

J'rognosis. — Although  headache  in  this  country  is  even  a more  frequent 
symptom  than  dyspepsia,  yet  patients  do  not  usually  apply  for  treatment 
for  this  symptom  alone,  but  only  when  it  is  associated  with  more  special 
and  distinct  affections.  The  immediate  effects  of  electrization  in  head- 
ache are  as  variable  as  the  pathology  of  the  symptoms.  It  sometimes  re- 
lieves, sometimes  aggravates,  and  sometimes  gives  only  negative  results. 
Sometimes  the  pain  is  relieved  in  the  midst  of  the  sitting;  more  fre- 
quently the  relief  does  not  appear  for  several  hours.  There  is  no  reason 
to  be  discouraged  because  immediate  relief  is  not  obtained.  In  very 
many  of  our  cases  of  dyspepsia,  of  anremia,  chlorosis,  nervous  exhaustion, 
paralysis,  headache  is  a more  or  less  constant  symptom,  from  which  dur- 
ing the  treatment  the  patient  usually  obtains  either  relief  or  cure.  In 
rare  cases  all  other  symptoms  yield  but  this. 

In  many  of  the  cases  of  dyspepsia,  neurasthenia,  anmmia,  and  hysteria, 
headache  was  a prominent  symptom,  which  was  not  only  temporarily  but 
permanently  relieved  by  the  treatment.  If  we  were  to  judge  from  our  own 
observations,  electric  treatment  is  even  more  efficacious  to  prevent  attacks 
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of  headache,  by  improving  the  tone  of  the  system,  than  to  dissipate  the 
pain  after  it  has  once  set  in. 

The  Magnet— HhQ  therapeutic  results  that  have  been  obtained  by  the 
magnet  in  the  treatment  of  headache  are  not  sufficiently  encouraging  to 
entitle  it  to  special  notice.  Something  has  been  claimed  for  it,  but  evi- 
dently the  results  that  follow  its  use  are  purely  psychical 
_ Sick  Headache  {Migraine).— relief  afforded  by  any  form  of  elec- 
trization in  sick  headache  is  not  great. 

_ The  true  principle  of  treatment  is  to  tone  up  the  system  by  a persever- 
ing use  of  general  faradization,  central  galvanization,  or  static  electrifica- 
tion, with  other  tonics,  so  that  the  paroxysms  may  be  less  frequent  and  less 

severe;  in  other  words,  to  combat  the  nervous  diathesis  of  which  the  sick 
headache  is  but  a symptom. 

Irige^al  or  Facial  Neuralgia. neuralgia  appears  under  two 
orms.  The  mild  form  is  peripheral  and  usually  yields  readily  and  surely 
to  electrization.  The  severe  form,  to  which  Trousseau  has  given  the  name 
epileptiform  neuralgia,  is  probably  of  a central  character,  being  caused  by 
a variety  of  pathologic  conditions  of  the  brain. 

The  symptoms  of  this  form  of  facial  neuralgia  are  the  spasmodic  and 
very-  intens^e  character  of  the  pain  in  the  course  of  some  of  the  branches 
of  the  fifth  pair.  The  spasms  are  of  very  short  duration— ten  to  fifty  or 
SIX  y s^onds— and  may  be  accompanied  by  convulsive  action  of  the  mus- 
cles. The  attack  may  be  brought  on  by  any  exercise  of  the  jaws,  as  chew- 
ing  reading,  eating,  or  talking.  The  pain  is  so  great  as  to  cause  the  pa- 
tient to  slap  his  face,  or  frantically  rub  the  spot  over  the  seat  of  the  pain 
Sometimes  patients  who  have  great  self-control  stamp  violently  on  the 
oor,  jump  up  if  they  chance  to  be  sitting,  pace  the  room,  and  utter  pierc- 

usually  been  regarded  as 
described  T Trousseau,  who  has  graphically 

exceptional  P^™^«ently  succeeds  only  in 

tiontr\v  tt  el'  peripheral  faradization  or  galvaniza- 

s talhtic  a rT"  ""  galvanization  of  the  brain  or  cervical 

cu^ed  o ’ a certain  portion  of  these  terrible  cases  can  be  relieved  or 

failures  wUl  enable  us  to  say  what  proportion  the 

lieved  or  cured  > ° successes;  but  if  one  case  out  of  ten  can  be  re- 
modes of  treatme  electricity  in  all,  since  most  other 

oes  ot  treatment  offer  no  hope. 

or  windtoimd^^^^^^^^^'^’  i^euroma,  the  continued  action  of  cold 

> unds,  or  other  injuries  of  the  nerve— all  these  may  give  rise  to 

See  his  Lectures,  Bazire’s  Translations,  part  i,  p.  105. 
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the  peripheral  form  of  neuralgia.  Neuritis,  or  rather  inflammation  of  the 
neurilemma,  must  be  regarded  as  one  of  the  most  frequent  causes  of  periph- 
eral neuralgia,  and  this  inflammatory  condition  may  depend  upon  some 
form  of  mechanical  irritation,  as  long-continued  pressure  of  the  child’s 
head  in  labor  on  the  sciatic  plexus,  or  by  the  concentrated  poison  of  gout,  > 
rheumatism,  malaria,  or  syphilis,  acting  locally.  It  may,  of  course,  be  ^ 

conceded  to  the  advocates  of  the  purely  central  theory  of  neuralgia  that  | 

there  may  be  a constitutional  predisposition  to  neuralgia,  but,  on  the  other 
hand,  it  must  also  be  conceded  that,  in  many  cases  at  least,  some  exciting 
cause,  acting  on  the  periphery,  is  necessary  to  develop  it. 

Treatment.— T\\q  treatment  of  peripheral  neuralgia  should  obviously  be 
of  a peripheral  character;  stable  faradization  and  galvanization,  and  elec- 
tric moxa.  In  doubtful  cases,  that  refuse  to  yield  to  this  method  of  tieat- 
ment,  it  is  well  also  to  try  central  and  general  electrization. 

GastraIgia.—GASir^\g\?i  may  perhaps  be  included  under  peripheral 
neuralgia,  although  there  is  room  for  much  discussion  on  this  point.  Our 
results  in  gastralgia  have  thus  far  been  more  satisfactory  than  in  any  other 


neuralgia. 

Sciatica. — In  the  treatment  of  sciatica  by  electrization  very  much  de- 
pends upon  the  care  with  which  the  current  is  applied.  An  ill-directed, 
too  prolonged  application,  or  the  use  of  a current  the  mechanical  effects 
of  which  are  unduly  marked,  frequently  results  in  more  harm  than  goo  . 
In  sciatica,  the  pain,  as  a rule,  closely  follows  the  course  of^  the  nerve, 
and,  therefore,  in  the  majority  of  instances  the  disease  is  typical  of  true 
neuralgia.  The  effects  of  faradization  in  these  cases  are  undoubted,  and  m 
our  hands  have  sometimes  proved  far  more  efiicacious  than  galvanization. 

It  cannot  be  too  frequently  repeated,  that  in  sciatica  the  faradic  cur- 
rent  is  capable  of  doing  infinite  harm  if  ignorantly  used  or  over-used,  but 
that  if  applied  with  that  caution  and  skill  which  experience  alone  can 

give  it  generally  relieves. 

It  is  in  just  such  conditions  as  these  that  the  character  of  the  current 
for  fineness  and  evenness  is  all-important,  and  these  factors  are  found 
combined  in  a higher  degree  in  the  high-tension  coil  than  in  any  other 
On  account  of  the  great  caution  that  must  be  exercised  in  the  treatment  o 
sciatica  by  faradization  it  is  probable  that  beginners  may  here  achieve 
greater  success  through  the  use  of  galvanic  currents  7 ..""TgL 

atrophy  that  sometimes  follows  sciatica  may  be  treate  y oca  ize  . * 
dizaLn.  Whichever  current  is  used  the  application  should  be  made  both 
over  the  lower  part  of  the  spine,  to  act  upon  the  roots  of  t re  n 

treatment  of  sciatica  by 

^'“rn”  ay  be  insulated  or  not.  should 

to  go  in  easily,  and  may  be  inserted  far  enough  to  touch  or  penet  . 
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nerve.  The  moment  when  it  so  penetrates  or  even  touches  will  be  re- 
vealed to  the  patient  by  a tingling  or  pricking  sensation  through  the  leg. 

The  needle  thus  introduced  should  be  connected  with  the  negative 
pole;  but  one  or  two  cells  should  be  used,  and  the  current  should  be  con- 
tinued but  a few  minutes. 

In  the  treatment  of  sciatica  by  the  galvanic  current  it  has  for  some 
years  been  our  experience  that  in  the  majority  of  cases  strong  currents 
from  30  to  60  milliamperes  give  the  best  results.  With  large  electrodes, 
indeed,  and  with  some  such  plastic  material  as  sculptor’s  clay  we  have 
not  infrequently  applied  a current  strength  of  75  and  100  milliamperes  to 
the  great  benefit  of  and  with  no  discomfort  to  the  patient. 

Herpetic  Neuralgia. — Herpetic  neuralgia  wherever  situated  is  usually 
accompanied  by  pain  of  greater  or  less  severity.  Whether  its  seat  be  the 
head,  the  trunk,  or  the  extremities,  the  associated  pangs  are  sometimes  al- 
most beyond  human  endurance. 

Herpes  is  now  generally  regarded  as  subordinate  to  the  existence  of 
a neuralgic  or  rheumatic  diathesis,  and  as  originating  in  any  cause  which 
weakens  the  vigor  of  a nerve-trunk  or  its  cutaneous  branches : hence  it 
would  not  be  unreasonable  to  suppose  that  electricity  in  some  one  of  its 
forms  might  prove  of  service. 

The  teachings  of  experience  clearly  attest  its  value  in  this  complaint. 
The  disease,  it  is  true,  runs  an  acute  course,  and,  as  a rule,  recovery  more 
or  less  complete  follows  in  the  course  of  a few  weeks,  but  it  is  none  the 
less  incumbent  to  relieve,  so  far  as  possible,  the  acute  sufferings  that  at- 
tend it. 

Our  experience  in  the  treatment  of  this  disease  leads  us  to  the  follow- 
ing conclusions : 

1.  That  the  pain  of  herpes,  no  matter  where  the  seat  of  the  eruption 
may  be,  is  generally  susceptible  of  speedy  and  effectual  relief  by  the  use 
of  the  galvanic  or  faradic  current. 

2.  That  when  the  eruptions  take  place  on  the  head— herpes  frontalis 
the  galvanic  current  has  greater  power  to  relieve  the  pain  than  the  fa- 
radic. 

3.  The  electric  treatment,  besides  relieving  the  pain  of  herpes,  seems 
to  shorten  somewhat  the  acute  stage,  to  break  the  force  of  the  disease,  and 
to  modify  the  scarring. 

Galvanic  belts  and  disks  have  been  recommended  for  the  treatment  of 
neuralgia,  but  the  objections  to  and  disadvantages  of  this  method  of  treat- 
ment in  neuralgia,  as  in  all  other  affections  for  which  it  has  been  so 
widely  employed,  are  these : 

1.  The  current  which  they  generate  is  very  feeble  and  inconstant,  and 
pro  ably  does  not,  except  under  peculiarly  favorable  circumstances,  pene- 
trate far  beneath  the  epidermis. 

2.  They  can  only  be  used  locally.  Many  of  the  symptoms  for  which 
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they  are  used  are  of  a constitutional  character,  and  can  only  be  perma- 
nently  dispelled  by  measures  calculated  to  affect  the  whole  system. 

3.  They  are  usually,  and  sometimes  necessarily,  applied  to  the  seat  of 
the  pain  rather  than  to  the  seat  of  the  disease.  In  galvanization  and  far- 
adization for  local  neuralgia,  it  is  found  that  the  best  results  are  obtained 
by  treating  the  seat  of  the  disease. 

4.  They  sometimes  cause  ulcers  that  leave  permanent  cicatrices. 

The  benefit  that  is  derived  from  them  is  probably  due  in  part  to  their 
influence  on  the  imagination. 

These  arguments  against  the  use  of  galvanic  belts  would  be  valueless, 
if  experience  could  demonstrate  from  their  use  any  great  utility  or  any 
very  positive  advantage. 

It  is  not  impossible  that,  in  future  improvements  in  the  construction 
of  these  belts  and  chains,  and  more  scientific  experiments  in  their  use,  we 
may  develop  advantages  from  them  which  they  have  thus  far  failed  to  ex- 
hibit, and  may  accord  to  them  a position  in  electro-therapeutics  to  which, 
from  the  results  of  the  past,  they  are  not  entitled. 

The  fact  that  they  have  thus  far  been  used  almost  exclusively  by  the 
laity,  and  have  been  made  the  theme  of  noisy  advertisements,  so  far  from 
discouraging,  should  rather  stimulate  men  of  science  who  have  any  faith 
in  their  efficacy  to  rigidly  investigate  and  interpret  their  claims  to  a posi- 
tion among  the  appliances  of  electro-therapeutics. 

Those,  however,  who  experiment  with  these  contrivances  should  re- 
member that  the  mechanically  irritating  effects  of  metallic  bands  applied 
to  the  tender  skin  are  not  inconsiderable,  and  that  the  therapeutic  results 
which  appear  to  follow  their  application  may  not  unlikely  be  due  wholly, 
or  in  part,  to  counter-irritation. 


CHAPTER  XVIII. 


PARALYSIS. 

Paralysis  of  motion  is  a condition  for  which,  from  the  earliest  history 
of  electro-therapeutics,  electricity  in  its  different  forms  has  been  used  more 
than  in  any  other  disease ; and  not  until  quite  recently  has  it  been  demon- 
strated that  there  are  many  other  symptoms  in  which  the  results  of  electric 
treatment  are  much  more  rapid  and  brilliant  than  in  any  form  of  motor 
paralysis.  In  neurasthenia  and  affections  allied  to  it,  in  cerebral  and 
spinal  congestion,  in  chronic  alcoholism,  neuralgia,  in  certain  diseases  of 
the  skin,  and  in  many  of  the  diseases  of  women,  electricity  rightly  used 
relieves  and  cures  far  more  rapidly  than  in  paralysis. 

Paralysis  has  been  especially  prominent  in  electro-therapeutics,  for  the 
reason  that  oftentimes  electricity  is  the  only  remedy  to  which  it  yields. 
Those  who  have  restricted  themselves  to  localized  electrization  have  al- 
ways given  their  chief  attention  to  different  forms  of  motor  paralysis,  but 
even  now  the  impression  yet  lingers  that  it  is  about  the  only  disease  for 
which  electricity  is  indicated. 

All  forms  of  paralysis,  as  of  neuralgia,  may,  for  the  sake  of  conven- 
ience of  description  of  therapeutic  indications,  be  included  under  one  of 
these  four  divisions : 

1.  Constitutional. 

2.  Central. 

3.  Peripheral. 

4.  Reflex. 

Constitutional  Paralysis. — This  term  is  applied  to  those  paralyses  which 
arise  from  some  blood-poison  or  constitutional  degeneration. 

Among  the  more  common  causes  of  this  variety  of  paralysis  may  be 
mentioned  hysteria  and  the  poisons  of  certain  diseases,  as  gout,  rheuma- 
tism, syphilis,  mineral  poisons,  as  lead  and  opium,  etc. 

Pheuniatic  Paralysis. — In  the  partial  but  persistent  paralysis  that  occa- 
sionally follows  subacute  muscular  rheumatism,  faradization  has  proved 
exceedingly  efficacious.  The  muscles  most  frequently  affected  by  rheu- 
m^itic  paralysis  are  the  deltoid  and  trapezius  (in  consequence  of  which  it 
ecomes  impossible  or  difficult  to  lift  the  arm  from  the  side),  the  extensor 
muscles  of  the  forearm,  the  muscles  of  the  lower  extremities,  and  occa- 
siona  ly  the  interossei  and  lumbricales  muscles. 
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Electro- Diag?wsis — Treatment. — The  electro-muscular  contractility  in 
recent  cases  is  normal ; in  long-standing  cases,  diminished.  General  as 
well  as  purely  local  treatment  is  frequently  required  in  paralysis  of  a rheu- 
matic origin,  in  order  to  combat  the  rheumatism  in  the  constitution,  as 
well  as  its  local  manifestations.  The  faradic  current  has,  on  the  whole, 
proved  of  the  most  service  in  our  hands  in  this  disease,  although  both  the 
galvanic  and  static  electricity  are  useful. 

In  this,  as  in  other  forms  of  paralysis,  atrophy  of  the  muscular  tissue 
occurs  after  a certain  length  of  time.  It  is  extremely  important  to  begin 
treatment  before  the  muscles  become  thus  affected.  In  cases  of  rheumatic 
paralysis,  where  the  invasion  has  been  sudden  and  the  pain  considerable, 
electric  excitation  produces  pain ; but  where  the  invasion  has  been  more 
gradual  and  unattended  by  pain,  electric  excitation  causes  very  little,  if 
any  sensation. 

We  have  treated  quite  a number  of  cases  of  rheumatic  paralysis  of  the 
deltoid,  the  trapezius,  and  of  the  lower  extremities,  and  usually  with  the 
most  satisfactory  results.  Klectricity  is  always  indicated  in  this  condition, 
and  few  cases,  doubtless,  would  fail  to  improve,  even  if  they  do  not  re- 
cover under  its  influence. 

Syphilitic  Paralysis. — Syphilitic  nervous  affections  may  exist  either 
with  or  without  appreciable  structural  change.  Paralysis  which  results 
from  secondary  syphilis  may  derive  benefit  from  electric  treatment. 

The  principles  and  method  of  treatment  are  the  same  as  for  rheumatic 
paralysis.  There  is  as  yet  no  evidence  that  general  faradization  or  cen- 
tral galvanization  have  any  special  influence  over  the  syphilitic  poison ; they 
act  as  general  tonics  and  thus  help  the  system  to  contend  with  the  disease. 

Lead  Paralysis. — In  slow  poisoning  by  lead  the  metal  becomes  diffused 
throughout  the  whole  system,  and  exerts  its  influence,  though  in  an  une- 
qual degree,  on  every  nerve  and  organ. 

As  is  well  known,  however,  the  upper  extremities  are  most  frequently 
affected  by  paralysis  (more  or  less  complete).  The  muscles  usually 
affected  are  the  extensors  of  the  hands  and  fingers,  so  that  they  hang 
down  by  their  own  weight.  It  is  probable  that  these  muscles  are  chiefly 
affected  in  this  disease,  as  in  hemiplegia,  because  they  are  weaker  and 
operate  at  a great  mechanical  disadvantage. 

Electro- Diagnosis  a7id  Ireattnent. — The  electro-muscular  contractility 
of  the  affected  part,  in  this  form  of  paralysis,  is  always  diminished;  and 
frequently  it  is  entirely  lost,  even  in  cases  where  there  is  little  or  no  atro- 
phy of  the  muscles.  The  electro-muscular  sensibility  is  usually  unim- 
paired. Diplegic  contractions  may  appear  in  this  disease.  According  to 
Hitzig,  mobility  in  cases  of  lead  poisoning  is  lost  before  electric  contrac- 
tility. 

If  the  electro-muscular  contractility  is  completely  lost,  it  is  better  to 
apply  a galvanic  current  (5  to  15  milliamperes)  to  the  paralyzed  part 
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for  a few  minutes  before  the  faradic  is  made  use  of.  The  latter  cur- 
rent should  be  used  daily,  and  not  longer  than  ten  or  fifteen  minutes  at 
each  sitting.  As  soon  as  the  slightest  contractions  are  produced  by  the 
faradic  current,  the  galvanic  may  be  discontinued.  In  some  cases  we 
have  thought  that  the  galvanic  current  answered  better  than  the  faradic, 
even  when  the  muscles  respond  to  the  faradic. 

Paralysis  fr07ti  Opuiin,  Sfra7?tonium,  Arsenic,  etc. — In  desperate  cases 
of  poisoning  by  opium,  electricity  has  been  repeatedly  used  with  success. 
The  method  of  artificial  respiration  may  be  used. 

After  recovering  consciousness  from  severe  poisoning  by  opium,  or 
other  poisons,  the  various  limbs  of  the  body  are  occasionally  left  in  a per- 
manently paralyzed  condition  that  persistently  resists  all  the  efforts  of  na- 
ture and  medicine.  In  two  cases  of  this  kind  that  have  fallen  under  our 
observation  and  treatment,  general  faradization  proved  quickly  and  per- 
manently beneficial. 

Hysterical  Paralysis. — The  hysterical  form  of  paralysis  is  constitutional, 
because  the  entire  central  nervous  system  is  degenerated  into  a condition 
of  abnormal  susceptibility. 

Plectra- Diagnosis. — In  this  form  of  paralysis,  the  electro-muscular  con- 
tractility in  recent  cases  is  unimpaired;  in  old  cases  it  may  be  impaired 
or  lost,  or  the  electro-sensibility  may  be  very  much  blunted.  Diplegic 
contractions  sometimes  appear  in  hysteria.  The  loss  of  power  is  usually 
incomplete,  and  sooner  or  later  recovery  usually  takes  place. 

Treatment.  The  disease  is  constitutional  and  demands  general  as  well 
as  local  treatment.  In  many  instances  general  faradization  promotes  rapid 
recovery;  other  cases  are  very  rebellious  and  only  improve  up  to  a certain 
point.  The  general  treatment  may  be  combined  with  central  galvaniza- 
tion and  faradization  of  the  affected  part.  In  some  cases  static  electrifi- 
cation is  superior  to  any  other  method  of  treatment. 

Central  Paralysis. — Central  paralyses  are  those  which  depend  on  some 
special  and  distinct  morbid  condition  of  the  brain,  spinal  cord,  or  sympa- 
thetic. 

Hemiplegia  and  paraplegia,  with  their  complications,  are  the  more 
frequent  and  important  manifestations  of  paralysis  of  central  origin. 

When  the  morbid  process  is  in  the  central  ganglia,  the  reaction  may 
be  either  normal,  or  increased,  or  decreased. 

When  dizziness  is  excited  by  a very  mild  galvanic  current,  there  is 
reason  to  suspect  some  morbid  process  within  the  brain.  The  diagnosis 
o the  diseases  of  the  brain  with  which  hemiplegia  is  associated  is  much 
ai  ed  by  the  ophthalmoscope,  which  frequently  reveals  changes  in  the  op- 
tic disk,  the  retina,  the  choroid,  and  the  blood-vessels.  Cerebral  effusion 
niay  be  indicated  by  congestion  or  infiltration  of  the  optic  disks  on  the 
SI  e on  which  the  clot  exists;  tumors  of  the  brain  by  neuritis,  neuro- 
retinitis,  and  ischemia;  softening  occasionally  by  neuritis  or  atrophy. 
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ognosis.  The  prognosis  of  hemiplegia  under  treatment  by  electricity 
is  in  general  much  better  than  has  been  supposed.  Manifestly,  every 
thing  depends  on  the  nature  and  seat  of  the  affection  as  well  as  on  the 
age  and  constitution  of  the  patient. 

The  prognosis  is  better  in  pioportion  as  the  symptoms  are  uncompli- 
cated, better  in  the  young  and  middle-aged  than  in  the  old.  Cases  that 
are  so  thoroughly  cured  as  to  leave  no  marks  behind  are  exceptional. 
The  improvement,  however  rapidly  it  may  progress  at  first,  usually  stops 
at  some  point  short  of  a perfect  cure.  The  majority  of  cases  can  be  bene- 
fited, sometimes  rapidly  benefited,  up  to  a certain  point,  after  which  the 
improvement  cannot  be  pushed  by  any  amount  of  treatment.  It  is  fur- 
thermore always  necessary  to  bear  in  mind  the  liability  to  other  attacks; 
very  many  cases  are  improved  at  once  and  rapidly,  while  with  others  the 
progress  is  almost  imperceptibly  slow. 

In  psychic  symptoms  (melancholia,  hypochondria,  etc.),  the  prognosis 
is  often  quite  favorable.  A persistence  of  these  psychic  complications, 
even  when  other  symptoms  appear  to  yield,  we  have  come  to  regard  as  an 
unfavorable  sign. 

In  anesthesia,  wdien  uncomplicated  with  other  symptoms,  the  prog- 
nosis is  remarkably  good,  even  when  variously  complicated  with  paralysis 
of  motion  or  disorder  of  the  cranial  nerves,  and  the  anesthesia  may  yield, 
even  though  its  associated  symptoms  are  not  affected. 

In  severe  disorders  of  speech  the  prognosis  is  not  very  favorable. 
They  are,  however,  susceptible  of  treatment. 

In  impairment  of  nutrition — the  muscular  atrophy  that  so  frequently 
accompanies  hemiplegia — the  prognosis,  especially  when  the  cases  have 
not  been  too  long  neglected,  is  oftentimes  exceedingly  favorable.  After 
the  affected  lower  limbs  have  become  much  reduced,  they  may  by  perse- 
vering faradization  and  galvanization  be  restored  to  their  normal  size. 

In  contractions  of  muscles  and  convulsions,  the  prognosis  is  unfavor- 
able. 

In  disorders  of  bladder  and  rectum,  the  prognosis  is  not  very  favorable. 

In  affections  of  the  joints  the  prognosis  is  not  very  favorable. 

In  cases  complicated  with  hysteria  or  hysterical  symptoms  the  prog- 
nosis is  better  than  in  cases  not  so  complicated.  In  very  strong  and  vig- 
orous persons  of  coarse  organization  the  prognosis  is  generally  not  so 
good  as  in  the  nervous  organization. 

Other  conditions  being  the  same,  the  prognosis  is  much  better  for 
those  cases  where  the  arm  is  not  affected ; and  when  both  the  arm  and 
leg  are  affected,  the  leg  is  susceptible  of  the  earliest  and  greatest  im- 
provement. The  chief  difficulty  in  the  hand  is  usually  with  the  extensors 
and  interossei,  which,  being  very  long  and  weak  muscles,  and  acting  as 
they  do  at  the  worst  power  of  the  lever,  are  the  greatest  sufferers  in  hemi- 
plegia, and  are  very  slow  to  resume  their  normal  functions. 
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It  should  always  be  borne  in  mind  that  the  tendency  of  the  disease  is 
oward  recovery  up  to  a certain  extent,  and  that  the  improvement  which 

takes  place  in  the  early  stages,  sometimes  very  rapidly,  is  due  in  great 
part  to  nature  and  time.  s 

Electnc  Diseases  of  the  brain  of  the  different  varieties 

are  to  be  treated  by  both  general  and  localised  faradization  according  to 
die  indications  of  each  case.  General  faradization  is  frequently  indicated 
in  hemiplegia  as  in  other  manifestations  of  disease  of  the  briin,  on  ac 
count  of  the  general  debility  of  the  functions  that  accompanies  and  fol- 
s an  at  ack  of  disease  of  the  brain.  It  improves  the  general  nutrition 
Central  galvanization  with  a very  mild  current  is  a method  of  treat 
ment  that  is  of  great  service  in  these  conditions.  The  special  form  and 

dtaaS  ® ‘1’'=  supposed  locality  of  the 

iaed  fararza,'ion“"  alternately  with  general  or  local- 

method  of  treatment,  when  not  overdone 
acts  beneficially  on  the  nutrition  of  the  brain,  directly  by  the  passage  of 

the  ce™al‘drcutt*'  modification  of 

he  cerebral  circulation  by  the  irritation  of  the  sympathetic. 

It  must  be  confessed,  however,  that  the  exclusive  use  of  central  ?al 

CoZtZT-  rTrr  Whh‘'‘'lT  ^otisfactory,  and  for  these 

•ui  ri'  improved  means  of  diagnosis  it  is  im 

feelTeress1hlfd‘’”'"d'^  ac^ompTw  and'folb^d  by^gtnem^i 

atis  wm  not  ytm  ?o  ‘"0  p"! 

disease,  bnt  most  be  trTa"  d^“eT  .0  the  seat  of  the 

becomes  affected  tlirr.  i hemiplegia  also  the  spinal  cord 

galvanization  of  the  spine,  orletier  TtUl  the  “dication  for 

galvanization.  ’ ’ method  of  central 

and  the  sympath^tir  at  ”eac^^°”^r^^  affects  all  parts  of  the  brain 

and  in  addS  powerfully  anll^r  ,‘f 

The  improvement  which  eneficially  affects  the  entire  periphery, 

superficial  muscles  and  bv^hT"’’^''^'^  extremities  and  by  all  the 

tion,  we  believe  reacts  fJvn  . especially,  under  general  faradiza- 

Process.  Our  best  results  thi^s  h”  reparative 

ef  localized  faradization  of  the  obtained  by  the  combination 

and  central  galvanization  ^ muscles,  general  faradization, 
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In  regard  to  the  comparative  merits  of  central  galvanization,  periph- 
eral and  general  faradization,  and  localized  galvanization  of  the  nerve- 
centres,  in  hemiplegia,  we  should  say  decidedly  that  the  latter  method — ■ 
localized  galvanization  of  the  brain,  sympathetic,  and  spinal  cord — is  the 
least  important.  By  itself  alone,  unaided  by  other  methods,  it  will  ac- 
complish but  a little.  It  comes  in  very  well,  however,  to  supplement 
other  methods,  and  may  be  used  in  connection  with  them.  The  full 
method  of  central  galvanization,  however,  by  acting  thoroughly  on  the 
whole  central  nervous  system,  accomplishes  much  in  hemiplegia,  and  may 
carry  on  the  improvement  after  peripheral  and  general  faradization  have 
finished  their  work  and  lost  their  efficacy. 

Time  of  Beginnwg  Treatment. — In  regard  to  the  time  of  beginning  treat- 
ment after  an  attack  of  hemiplegia,  each  case  must  be  studied  by  itself. 
As  a rule,  it  is  better  to  wait  two  or  three  weeks,  until  the  active  irritation 
in  the  brain  has  in  a measure  subsided.  The  almost  universally  enter- 
tained idea,  that  it  is  better  in  all  cases  to  wait  three,  four,  or  six  months, 
until  the  muscles  have  been  long  atrophied  and  contracted,  and  the  shoul- 
der-joint become  perhaps  permanently  immovable,  before  beginning  elec- 
tric treatment,  is  a serious  error.  If  proper  caution  be  used,  it  is  never 
necessary  to  injure  the  patient  at  any  stage  of  the  disease.  Cases  that  are 
taken  early  may  be  treated  at  first  by  exclusively  localized  faradization ; 
and  afterwards,  when  that  has  accomplished  all  that  it  can  and  the  patient 
ceases  to  progress,  it  may  be  well  to  resort  to  general  faradization  and 
central  galvanization.  Electrization  of  the  facial  muscles  on  the  affected 
side  sometimes  materially  aids  the  speech,  but  it  may  cause  unpleasant 
symptoms,  and  in  the  early  stages  especially  should  be  avoided.  Mild 
galvanization  may  sometimes  be  used  before  faradization  of  the  muscles. 

/iccessories  to  Electrical  2'reatmcnt  of  Paralysis. — 'The  treatment  of  par- 
alysis of  all  kinds  by  electricity  may  be  greatly  aided  by  observing  the 
following  rules: 

1.  Thoroughly  soak  the  part  with  warm  water  before  beginning  treat 
ment.  When  this  is  done  a much  feebler  current  will  produce  contrac- 
tions and  the  contractions  will  be  more  active,  and  some  muscles  will 
readily  contract  which  otherwise  would  not  contract  at  all. 

The  skin  when  dry  is,  as  we  have  seen,  a poor  conductor,  and  in  pro- 
portion as  it  becomes  thoroughly  moistened  in  that  proportion  does  its 
conductivity  increase. 

2.  Relax  the  muscles  when  the  application  is  made.  The  advantage 
of  the  observance  of  this  rule  is  decided. 

In  treating  paralysis  of  the  extensor  muscles  of  the  hand,  for  example, 
flex  the  hand  backward  a little  and  then  relax  the  extensor  muscles.  In 
treating  paralysis  of  the  peronei  muscles  of  the  leg,  raise  the  foot  so  as  to 
relax  these  muscles  and  the  tibialis  anticus.  The  muscles  of  the  tlii^, 
are  most  relaxed  when  the  patient  is  sitting,  and  most  tense  when  the  pa- 
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tient  stands.  In  treating  paralysis  of  the  face,  draw  back  the  muscles  of 
the  affected  side  towards  the  ear.  Dr.  C.  E.  Detmold  has  suggested  the 
use  of  a blunt,  curved  wire.  This  wire  is  placed  in  the  corner  of  the 
mouth  and  the  other  end  is  attached  by  an  elastic  to  a curved  wire  behind 
the  ear.  This  contrivance  may  be  worn  not  only  during  treatment,  but  at 
ni§ht,  if  it  be  not  too  disagreeable,  and  an  hour  or  so  during  the  day. 

For  keeping  the  hand  raised  in  lead  paralysis,  the  late  Dr.  George  Van 
Bibber,  of  Baltimore,  devised  a contrivance  consisting  of  Sayre's  artificial 
rubber  muscle  connected  by  eyelets  to  elastic  bands  attached  by  adhesive 
plaster  to  the  arm  above  the  elbow  at  one  extremity,  and  at  the  other  ex- 
tremity to  the  hand  and  fingers. 

Dr.  Van  Bibber  utilized  the  same  principle  in  the  treatment  of  ptosis. 
In  order  to  hold  up  the  lid  he  applied  a narrow  bit  of  adhesive  plaster  to 
the  forehead,  and  to  the  lid  itself. 

3.  Enlist  the  mental  co-operation  of  the  patient  in  the  treatment.  Let 
him  try  to  move  the  paralyzed  muscles  at  the  very  moment  that  the  cur- 
rent is  applied.  Concentration  of  will  alone  is  sufficient  to  help  paralysis, 
as  has  been  proved  by  actual  experiment. 

4.  Passive  movements  of  the  limbs  at  the  joints,  massage,  and  manip- 
ulation of  individual  muscles.  The  joints  should  be  rotated  so  as  to 
combat  the  tendency  to  stiffness,  and  the  kneading  of  the  muscles  should 
be  carefully  and  thoroughly  performed;  massage  and  passive  movements 
are  usually  but  half  done. 


5.  Apply  dry  heat  to  the  affected  muscles  before  the  electricity  is  ap- 
plied, or  at  any  time  during  the  intervals.  This  can  be  done  in  various 
ways.  A good  way  to  bring  a paralyzed  arm  or  leg  under  the  prolonged 
in  uence  of  dry  heat  is  to  take  a common  sewer-pipe  as  sold  in  the  shops, 
of  a suitable  size  and  curvature,  heat  it  through  in  an  oven,  cover  it  with 
Cloths  and  let  the  limb  remain  in  it  until  the  heat  is  dissipated.  In  this 
way  not  only  the  forearm  and  leg,  but  the  whole  arm,  including  the  shoul- 
er-joint  and  the  thigh  with  joint,  an  be  daily  subjected  to  the  effect  of 

treatment  not  only  temporarily  increases  the 
imn  contractility  of  the  paralyzed  muscles,  but  permanently 

muscles  and  of  the  stiffened  joints. 

paralysis  ^ ^ suggestions  will  apply  to  the  treatment  of  every  form  of 


punils  nf  Paralysis.  — Through  the  investigations  of  the 

toms  rIP  Leyden  it  has  been  established  that  these  symp- 

tive  feah^"  T of  the  nuclei  of  the  medulla.  The  distinc- 

Hds  snft  *^^^1  ^ ^ are  paralysis  of  the  muscles  of  the  tongue, 

bo^th  in  pharynx  and  larynx.  There  is  difficulty 

ins  (especially  in  pronouncing  certain  letters)  and  swallow- 

lan-nx  T sometimes  forced  into  the  nostrils  or 

^ " the  last  stage  there  is  debility  and  difficulty  of  respiration. 


404 


ELECTRO-THERAPEUTICS. 


Prognosis. — This  disease  is  believed  to  be  surely  fatal  in  a few 
months.  Faradization  of  the  pharynx  and  tongue  is,  however,  of  essen- 
tial service  in  occasionally  relieving  the  difficulty  in  deglutition,  and  also 
some  of  the  other  symptoms. 

Paralysis  of  Spinal  Origin — Paraplegia. — The  exact  differential  diag- 
nosis of  the  various  morbid  conditions  of  the  spinal  cord  that  give  rise  to 
paraplegia  is  sometimes  a matter  of  considerable  difficulty,  and  for  these 
two  reasons: 

1.  All  known  morbid  conditions  of  the  cord  have  more  or  less  symp- 
toms in  common.  In  order  that  any  of  them  may  be  of  special  diagnostic 
value,  it  is  necessary  that  they  should  be  taken  in  connection  with  other 
symptoms. 

2.  Many  of  the  morbid  conditions  of  the  cord  are  complicated  with 
each  other,  and  the  symptoms  must  be  correspondingly  complex.  Thus 
meningitis  may  exist  with  myelitis,  and  the  term  myelitis  itself  is  a genus 
of  which  there  are  several  species.  It  is  difficult  to  draw  the  line  where 
irritation  ends  and  congestion  begins,  and  equally  difficult  to  determine 
at  what  stage  a condition  of  hyperaemia  or  congestion  becomes  a condition 
of  inflammation. 

PJcctro- Diagnosis. — In  the  early  stages  of  spinal  paraplegia  the  gal- 
vanic and  faradic  reaction  may  be  normal,  but  in  the  course  of  a few 
weeks  or  months  becomes  diminished.  In  most  of  the  cases  that  consult 
the  physician  there  is  diminished  or  destroyed  electro-muscular  contrac- 
tility. 

Electro -muscular  sensibility  is  usually  more  or  less  diminished. 
Electro-muscular  contractility  is  usually  much  more  diminished  in  the 
severe  forms  of  paraplegia  than  in  hemiplegia.  In  cases  where  the  pos- 
terior columns  are  affected  electro-anaesthesia  may  also  exist. 

Treatment. — In  hemiplegia,  as  we  have  seen,  the  electric  treatment  is 
substantially  the  same  whatever  the  nature  or  seat  of  the  cerebral  lesion. 
Similarly  in  paraplegia  the  treatment,  so  far  as  electricity  is  concerned, 
is  the  same,  whatever  be  the  nature  of  the  spinal  lesion  on  which  the 
paraplegia  depends.  Spinal  paraplegia  should  be  treated  by  galvaniza- 
tion of  the  spine,  and  peripheral  faradization  or  galvanization;  to  depend 
on  one  method  solely  is  unnecessary.  In  paraplegia  the  electro-muscular 
contractility  is  frequently  so  much  diminished  that  it  is  necessary  to  give 
particular  attention  to  the  motor  points  in  order  to  produce  contractions. 
Whether  general  faradization  and  central  galvanization  be  employed  will 
depend  on  the  general  condition  of  the  patient.  In  the  early  or  subacute 
stage  the  stances  sh.on\6.  be  short;  in  the  chronic  stage  the  shnees 
sometimes  be  more  protracted.  In  many  incurable  cases  the  general  tonic 
effects  of  general  faradization  alone  are  of  very  great  service. 

Prognosis. — Very  many  cases  of  spinal  paraplegia  can  be  benefite 
by  electric  treatment,  but  very  few  can  be  entirely  or  permanently  cure  . 
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We  may  look  for  perfect  recovery  in  some  cases  that  are  taken  early,  and 
in  cases,  that  depend  on  hysteria,  congestion  of  the  cord,  or  exhaustion. 
Cases  of  myelitis,  meningitis,  non-inflammatory  softening,  and  the  various 
forms  of  sclerosis  are,  as  a rule,  but  little  benefited,  although  they  may 
sometimes  improve  a little  up  to  a certain  point. 

Peripheral  Paralysis.  A true  peripheral  paralysis  manifestly  excludes 
all  lesions  or  influences  of  a central  origin.  The  cause  must  be  sought 
for  in  some  portion  of  the  nerve-tract  after  it  has  emerged  from  the  bones 
that  enclose  the  nervous  centres. 

The  principal  causes  of  peripheral  paralysis  are: 

1.  The  action  of  cold  on  the  superficial  distribution  of  nerves. 

2.  External  injuries. 

3.  Pressure  on  the  nerve  from  morbid  growths,  etc. 

4.  Destruction  of  a nerve  by  carious  bone,  etc. 

Facial  Paralysis.  F acial  paralysis  is  among  the  most  important 
peripheral  nervous  diseases,  and  from  experience  in  a large  number  of 
cases  we  can  affirm  that  electric  treatment  very  materially  hastens  the  cure 
in  many  instances.  The  symptoms  of  facial  paralysis  vary  not  only  as  its 
cause  is  central  or  peripheral,  but  also  according  to  the  portion  of  the 
ner\e  affected.  Paralysis  of  the  seventh  pair  without  coincident  paraly- 
sis of  an  arm  or  leg  seldom  results  from  cerebral  hemorrhage.  It  may 
occur,  however,  but  it  may  be  readily  distinguished  from  the  peripheral 
form  of  the  affection.  In  complete  facial  paralysis  of  peripheral  origin 
the  orbicularis  palpebrarum  muscle  is  paralyzed,  and  the  eye  cannot  be 
entirely  closed ; while  if  the  cause  is  central  this  muscle  is,  as  a rule,  un- 
affected, and  the  eyelids  can  be  brought  together.  In  some  exceptional 
cases  a certain  lesion  may  paralyze  the  orbicularis  muscle,  while  occa- 
sionally, in  peripheral  facial  paralysis,  the  nerves  that  supply  the  muscles 
of  the  eye  may  escape,  thus  leaving  it  free  to  close.  The  fact  that  in 
facial  paralysis  of  central  origin  the  electro-muscular  contractility  is  un- 
impaired, while  if  the  nerve  itself  is  the  seat  of  the  injury  the  muscles  re- 
tuse  to  respond  to  the  faradic  current,  materially  aids  us  in  diagnosis.  It 
IS  difficult  to  see  how  electricity  can  be  of  much  service  in  cases  of  facial 
P ^ ysis  caused  by  a neuritis  within  the  bony  canal  and  the  consequent 
swelling  and  compression  of  the  nerve,  but  if  only  that  portion  of  the 
ve  external  to  the  Fallopian  canal  is  affected  the  case  is  quite  differ- 
n . ^ owers*  insists  that  there  is  no  evidence  that  cold  ever  paralyzes 

intra  muscular  nerves,  and  doubts  whether  inflammation  ever  affects 
wn  1 ^ftcr  its  emergence  fromt  he  canal.  Accepting  this  theory,  it 
1 ^ most  difficult  to  account  for  some  of  the  rapid  recoveries  that 

ve  a en  place  in  cases  that  were  apparently  stationary,  when  submitted 
to  proper  treatment. 


* “Diseases  of  the  Nervous  System,”  London. 
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Electro-Diagnosis.  In  facial  paralysis  of  a peripheral  origin,  the  far- 
ado-muscular  contractility  is  usually  diminished  or  lost;  galvano-muscu- 
lar  contractility  may  be  increased  or  normal ; though  in  some  cases  it  may 
be  diminished,  it  is  rarely  lost.  Facial  paralysis  is  one  of  the  conditions 
in  which  the  difference  between  the  two  currents,  in  their  power  of  pro- 
ducing contractions  of  muscles,  is  typically  shown.  The  galvano-muscu- 
lar  contractility  sometimes  becomes  so  much  increased  that  when  the 
farado-muscular  contractility  is  entirely  abolished  the  diseased  muscles 
respond  to  a much  feebler  galvanic  current  than  is  necessary  to  produce 
contractions  on  the  healthy  side.  As  the  muscles  resume  their  normal 
condition  under  treatment,  the  galvano-muscular  contractility  dimin- 
ishes. 

Prognosis. — I he  prognosis  of  facial  paralysis  of  a peripheral  origin  is 
generally  very  favorable.  Since  most  of  the  cases  are  due  to  slight  and 
temporary  causes  with  the  exception  of  those  cases  caused  by  permanent 
pressure  or  degeneration  of  the  nerve,  electric  treatment  is  usually  of 
much  avail. 

Trcatmc7it. — Facial  paralysis  should  be  treated  by  localized  faradiza- 
tion and  galvanization.  When  the  muscles  fail  to  respond  to  the  faradic 
current  it  is  of  but  little  worth  to  use  it;  it  is  far  better  to  depend  on  the 
galvanic  current.  In  this  disease  the  current-reverser  electrode  is  exceed- 
ingly  convenient.  A current  just  sufficient  to  produce  contraction  of  the 
muscles  is  better  than  stronger  currents,  and  short  applications  are  jDrefer- 
able  to  long  ones. 

Paralysis  from  Pressure  and  Cold. — Paralysis  sometimes  occurs  from 
pressure  on  the  nerves  of  the  arm  during  sleep,  and  most  frequently  in 
persons  who  are  intoxicated. 

Paralysis  of  the  arm  may  also  arise  from  the  pressure  of  a board  or 
any  other  hard  object  under  the  arm.  It  may  also  be  caused,  like  facial 
paralysis,  by  exposure  to  cold.  Paralysis  may  also  arise  from  the  pres- 
ence of  the  foetus  in  parturition.  All  these  forms  of  peripheral  paralysis 
may  be  treated  by  electricity,  preferably  by  the  galvanic  current,  and 
with  curative  results,  unless  the  nerve  be  too  severely  injured. 

Reflex  Paralysis. — Under  this  head  are  included  those  peripheral  par- 
alyses which  arise  by  reflex  action  through  the  central  nervous  system, 
from  some  remote  part  of  the  body.  Some  of  the  cases  of  general  par- 
alysis of  all  the  extremities  are  of  this  nature.  While  it  is  probably  true, 
as  Gowers  asserts,  that  many  if  not  most  of  the  palsies  termed  reflex  are 
in  the  majority  of  cases  due  to  organic  diseases,  either  primary  in  the  cord 
or  secondary  to  an  ascending  inflammation  of  nerves,  yet  it  is  undoubtedly 
true  that  certain  disturbances  of  the  central  nervous  system  may  occasion 
paralysis  that  continues  long  after  the  exciting  morbid  condition  has  dis- 
appeared. 

Treatment. — Localized  faradization  or  galvanization  is  required  in  this 
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form  of  paralysis.  This  treatment  should  be  directed  not  only  to  the 
paralyzed  muscles,  but  also  in  some  cases  to  the  diseased  part  from 
which  the  paralysis  is  reflected.  In  doubtful  cases,  general  faradization 
and  central  galvanization  may  be  tried. 

I>rognrszs.— This  is  much  more  favorable  than  in  paralysis  that  di- 
rectly proceeds  from  organic  disease.  Everything  depends  on  the  nature 
and  locality  of  the  irritation. 


CHAPTER  XIX. 


LOCOMOTOR  ATAXIA— POSTERIOR  SPINAL  SCLEROSIS. 

In  regard  to  posterior  spinal  sclerosis  we  have  these  remarks  to  offer: 

1.  The  great  exciting  causes  of  the  disease  are  exposure  to  wet  and 
cold,  mechanical  injury,  and  syphilis.  It  is  a fact  not  thoroughly  appre- 
ciated by  the  profession  or  by  the  people  that  it  is  as  possible  to  take 
cold  in  the  cord  as  in  the  lungs.  Cold  in  the  cord  manifests  itself  just  as 
cold  anywhere  else  manifests  itself — that  is,  by  congestion;  and  if  the 
colds  are  repeated,  the  congestion  becomes  a fixed  condition  that  is  not 
easily  resolved,  and  in  time  may  go  on  to  the  condition  known  as  poste- 
rior spinal  sclerosis,  or  locomotor  ataxia. 

The  connection  between  this  structural  lesion  of  the  cord  and  exposure 
to  wet  and  cold  is  not  always  directly  apparent,  is  but  rarely  suspected  by 
the  patient,  and  almost  never  inquired  into  by  the  physician,  partly  be- 
cause of  its  remoteness,  and  partly  because  the  professional  mind,  at 
least,  has  been  diverted  in  the  direction  of  sexual  excess  as  the  one  great 
cause  of  ataxia. 

The  mechanical  injuries  that  most  frequently  give  rise  to  sclerosis  of 
the  cord  are  severe  blows  and  falls,  or  the  shock  of  accidents  of  almost 
any  kind.  It  is  not  necessary  that  the  injury,  whatever  it  may  be,  should 
be  received  on  the  spine  or  head,  in  order  to  cause  symptoms  of  ataxia. 
A violent  concussion  from  any  injury  that  is  directly  felt  on  the  arms 
or  legs  may  have  the  same  effect  as  a direct  injury  to  the  back. 

2.  The  cord  is  predisposed  to  take  cold  by  any  causes  that  tend  to 
exhaust  it.  Among  the  more  prominent  of  these  causes  are  long  marching 
or  violent  and  wearying  muscular  exertion  of  any  kind,  especially  of  the 
sort  that  draws  heavily  on  the  lower  part  of  the  cord,  excessive  intellectual 
exertion,  and  sexual  excesses.  The  two  latter  predisposing  causes,  ex- 
cessive intellectual  exertion  and  sexual  excesses,  operate  far  less  fre- 
quently than  the  purely  physical  causes. 

3.  In  regard  to  the  supposed  influence  of  sexual  excesses  on  this  dis- 
ease, the  profession  must  revise  its  opinion.  That  sexual  excesses  con- 
stitute an  important  factor  in  the  causation  of  nervous  diseases  must  be 
admitted,  but  it  is  not  structural  so  much  as  functional  diseases  that  they 
excite. 
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One  plausible  reason  for  suspecting  that  sexual  excess  is  the  cause  of 
ataxia  is  found  in  the  unnatural  sexual  desire  that  so  often  precedes  the 
ataxic  symptoms.  The  increase  of  desire  naturally  calls  the  attention  of 
the  patient  to  the  sexual  organs,  and  almost  compels  a certain  amount  of 
abuse;  and  when  questioned  concerning  his  habits,  it  is  no  marvel  that 
he  recalls  and  confesses  his  recent  experience  in  this  respect.  Now,  this 
increase  of  sexual  desire  is  often,  if  not  always,  the  effect  of  spinal  con- 
gestion, by  which  the  cord  is  rendered  excessively  active ; it  is  a sign,  not 
of  health,  but  of  disease.  It  is  not,  however,  nor  is  the  abuse  which  it 
leads^^’  degeneration  of  the  cord  into  which  congestion 

The  most,  then,  that  can  be  said  of  sexual  abuse  in  its  relation  to 
ataxia  is  that,  by  weakening  the  cord,  it  may  in  certain  temperaments 
prepare  the  way  for  colds,  mechanical  injuries,  or  perhaps  for  syphilis  to 
enter  in  and  take  possession.  ’ 

Syphilis  is,  indeed,  far  more  important  as  a causative  factor  in  the 
production  of  ataxia  than  any  other  cause,  and  perhaps  than  all  other 

causes  combined.  Of  our  own  cases,  nearly  fifty  per  cent,  were  distinctly 
syphilitic  in  origin.  ^ 

fh  \ frequent,  so  far  as  we  can  learn,  in  the  North  than  in 

e bouth;  cold,  damp  climates  favor  its  development.  In  the  early 
stages,  long  residence  in  tropical  or  subtropical  regions  is  worthy  of  trial. 

5-  t IS  very  often  complicated  with  congestion  and  sclerosis  of  the 
anterior  column.  The  neuralgic  pains,  of  which  so  much  is  said,  do  not 
^"^eh  more  than  half  the  cases.  We  are  not  yet  able  to  say 
ether  they  are  a good  or  a bad  symptom.  One  thing  is  sure,  the  worst 
d most  obstinate  cases  we  have  yet  seen  had  no  neuralgic  pains.  An- 

^11  the  characteristic  neuralgic  pains  may 
exist  in  those  who  never  have  ataxia.  ^ 

electro-muscular  contractility,  or  at  least  ir- 
ataxU  fToCn^  increased.  This  fact  distinguishes  locomotor 

spinll  sZn  depending  on  anterior  or  lateral 

niinisLr  tT’  '1  ""  electro-muscular  contractility  is  usually  di- 

ished  in  ’cpri^-^  electro-muscular  contractility  may,  however,  be  dimin- 

sclerosis,  or  when 

nr  general  rn  '^^th  anterior  spinal  sclerosis,  or  with  hysteria 

general  congestion  of  the  cord,  or  of  the  membranes. 

alone  oZZ  Prognosis  of  this  disease  under  electric  treatment 

small’ pronorL"'^'”/^'”"  generally  stated:  A very 

syphiUticL  apparently  recover.  These  cases  are  mostly  of 

tricitv  A specific  treatment  accomplishes  more  than  elec- 

symptoms  T decidedly  benefited  in  all  the  leading 

fewLses  Lbsorr  I ^ benefited;  and  in  a 

cases  absolutely  nothing  is  accomplished. 
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The  proportion  of  absolute  cures  is  so  small  that  there  is  a natural 
temptation  to  doubt  the  diagnosis  or  pathology  of  any  reported  cure,  ex- 
cepting in  cases  of  specific  origin.  The  cases  that  are  brought  on  by 
mechanical  injury,  especially  by  concussion,  offer  the  best  prognosis;  and 
this  is  true,  we  believe,  of  other  nervous  disorders.  The  explanation 
would  appear  to  be  that  the  disease  excited  by  concussion  is  of  a tempo- 
rary and  comparatively  transient  character,  and  the  character  of  the  le- 
sion is  far  less  severe  than  in  those  cases  that  come  on  slowly,  through 
long  years  of  incubation.  In  our  observation  the  most  satisfactory  im- 
provement has  been  in  those  cases  of  ataxia  that  were  brought  on  by 
concussion.  This  is  also  true  of  paralysis  in  general,  excepting,  of  course, 
those  cases  where  the  spinal  cord  is  directly  and  seriously  injured. 

Most  of  the  published  statements  in  regard  to  the  prognosis  of  the  dis- 
ease under  electricity,  as  indeed  under  any  other  form  of  treatment,  must 
be  received  with  great  caution.  Many  of  the  physicians  who  report  the 
cases  have  perhaps  never  before  seen  a case  where  they  made  the  diagno- 
sis of  ataxia,  and  in  the  instance  that  they  publish  there  is  much  proba- 
bility of  deception;  and  this  probability  is  increased  if  the  patient  per- 
fectly and  permanently  recovers.  Hysteria  comes  in  to  complicate  the 
diagnosis,  and  some  of  the  reported  cures  have  been,  without  doubt,  of 
an  hysterical  character.  Spinal  congestion  is  very  often  mistaken  for 
spinal  sclerosis;  the  symptoms  run  into  each  other,  and  the  former  in 
some  cases  leads  to  the  latter.  But  spinal  congestion  is  relievable  and 
curable,  while  spinal  sclerosis  is  rarely  so.  Some  of  the  supposed  cures 
have  been  very  likely  simply  remissions  in  the  course  of  the  disease. 

Tnahnent. — Ataxia  may  be  treated  electrically  by  a combination  of 
several  different  methods  of  electric  application:  Galvanization  of  the 
spine,  central  galvanization,  and  general  faradization  when  cerebral  dis- 
turbance or  general  ataxia  of  the  nervous  system  appear;  galvanization 
of  the  cervical  sympathetic,  and  peripheral  faradization  with  sponges  and 
the  metallic  brush.  All  these  various  applications  may  be  made  with 
weak  or  strong  or  medium  currents,  from  five  to  fifty  milliamperes,  accord- 
ing to  the  wants  of  each  case.  Static  electricity  is  a valuable  palliative. 
Administered  over  the  spine  by  means  of  long  percussive  sparks,  we  have 
known  it  to  greatly  alleviate  some  of  the  distressing  symptoms  of  ataxia. 

We  have  found  good  results  from  simply  treating  the  leading  symp- 
toms  the  anaesthesia — without  any  special  reference  to  the  cord.  We  do 

this  by  means  of  the  metallic  brush,  or  by  a finely-pointed  metallic  elec- 
trode, making  the  application  over  the  feet,  legs,  arms,  and  all  parts  of  the 
body  that  are  anaesthetic.  The  end  justifies  the  means.  We  have  found 
more  good,  in  some  cases,  from  this  method  than  from  galvanization  of 
the  spine  and  all  the  other  methods  combined.  When  the  anaesthesia  is 
profound  and  permanent,  currents  of  great  strength  are  sometimes  not  only 
not  disagreeable,  but  positively  agreeable. 
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In  recommending  this  method  we  do  not  recommend  exclusive  reliance 
upon  it;  it  is  to  be  used  in  alternation  with  the  other  methods  of  which  we 
have  spoken.  It  should  not  be  forgotten  that  the  reflex  effect  of  powerful 
peripheral  faradization  on  the  cord  may  be  of  greater  service  than  galvan- 
ization of  the  spine.  In  connection  with  other  methods,  the  suspensioi> 
treatment  may  prove  of  essential  service. 


CHAPTER  XX. 


CHRONIC  SPINAL  MUSCULAR  ATROPHY. 

This  disease  is  characterized  by  slow  wasting  of  the  muscles,  and 
under  its  head  are  included  progressive  muscular  atrophy,  wasting  palsy, 
amyotrophic  lateral  sclerosis,  and  chronic  poliomyelitis.  In  all  these 
conditions  the  muscular  changes  are  referable  to  degeneration  of  the  gan- 
glion cells  of  the  anterior  cornua  of  the  spinal  cord. 

In  cases  of  chronic  spinal  muscular  atrophy  the  electro-muscular  con- 
tractility is  either  diminished  or  destroyed.  Elcetro-muscular  sensibility 
is  usually  diminished.  Various  changes  in  muscular  irritability  may 
take  place  during  the  progress  of  the  disease. 

Reflex  contractions  occur  in  muscular  atrophy.  Diplegic  contractions 
also  appear  in  this  disease.  These  facts,  taken  in  connection  with  the 
history  of  the  case,  the  atrophy,  the  fibrillary  contractions,  swellings,  and 
anchylosis  in  the  bones  and  joints,  the  amesthesia,  and  the  neuralgia, 
make  up  the  diagnosis.  Diplegic  contractions  were  first  observed  in  mus- 
cular atrophy  by  Remak;  they  have  since  been  observed  in  hysteria  and 
other  irritable  conditions. 

The  disease  does  not  always  exist  alone;  it  may  be  complicated  with 
locomotor  ataxia,  with  paralysis  of  the  cranial  nerves,  and  other  disorders 
of  the  brain. 

Prognosis  and  Treatment. — Our  better  and  increasing  knowledge  of  the 
possibilities  of  electro-therapeutics  fortunately  enables  us  to  modify  to 
some  extent  the  prognosis  in  this  disease.  That  the  prognosis  is  grave 
cannot  be  denied,  but  by  persistently  following  out  the  treatment  that  of 
late  years  has  proved  so  successful,  we  confidently  assert  that  not  only  may 
the  disease  be  arrested  far  more  frequently  than  in  the  past,  but  that  in 
not  a few  instances  the  nutrition  may  be  so  far  improved  as  to  amount  to 
approximate  recovery. 

In  no  other  forms  of  disease  does  it  seem  to  us  so  important  that  es- 
pecial emphasis  should  be  laid  on  the  electric  treatment  as  in  those  of  the 
so-called  progressive  character.  In  many  of  the  phases  of  paralysis,  in 
the  neuralgias,  and  in  most  forms  of  local  and  constitutional  disturbance 
where  the  indications  call  for  electricity,  other  remedies  as  well  have  their 
uses,  and  in  many  instances  are  even  of  greater  service. 

When  we  advance,  however,  to  the  consideration  of  those  ominous  y 
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progressive  disorders,  ataxia  and  muscular  atrophy,  we  recognize  the  fact 
that,  with  the  exception  of  those  cases  which  depend  on  a syphilitic  taint, 
our  ordinary  remedies  exercise  but  little  control  over  their  progress.  We 
have  therefore  almost  in  despair  turned  to  the  therapeutics  of  electricity 
in  these  diseases,  and  although  it  has  failed  by  far  to  accomplish  all  that 
could  be  desired,  it  has  yet  proved  to  be  more  efficacious  than  is  generally 
credited.  In  some  cases  it  certainly  arrests  the  disease. 

As  a rule  we  alternately  make  use  of  central  galvanization  in  its  most 
thorough  form  with  faradization  and  galvanization  of  the  affected  muscles. 
Whether  the  alternating  sinusoidal  current  would  accomplish  more  than 
these  methods,  or  as  much,  we  are  not  prepared  to  say.  Both  this  form 
of  electricity  and  the  franklinic  possess  powerful  nutritional  properties, 
but  the  latter  certainly  has  in  our  experience  failed  to  afford  the  same  re- 
lief as  the  dynamic  forms  of  electricity. 

Persistent  faradization  of  individual  muscles  has  been  recommended 
by  Duchenne,*  and  among  others  who  have  reported  recoveries  by  this 
simple  and  single  method  might  be  mentioned  Dr.  Alex.  P.  Fiddian. 

The  case  j"  that  he  details  was  treated  by  that  form  of  electricity  gen- 
erated by  the  old-fashioned  magneto-electric  machine,  and  although  the 
authenticity  of  the  statements  cannot  be  doubted,  yet  a knowledge  of  the 
combined  experience  of  those  who  have  accomplished  most  in  electro- 
therapeutics must  confirm  us  in  the  assertion  that  in  order  to  achieve  the 
best  results,  both  currents  must  be  used  and  the  applications  directed  to 
the  nerve-centres  as  well  as  to  the  affected  muscles. 

Poliomyeletis  {Subacute  and  Chronid). — An  important  distinction  be- 
tween this  disease  and  the  preceding  is  that  in  poliomyelitis,  whether 
occurring  in  the  adult  or  child,  the  paralysis  precedes  the  wasting — the 
loss  of  power  as  a rule  first  appearing  in  the  legs.  Faradic  irritability 
soon  becomes  lost,  with  temporary  increase  of  galvanic  irritability  and 
degenerative  reactions.  In  consequence  of  the  nerve-fibres  being  un- 
equally affected,  we  sometimes  get  the  mixed  form  of  degenerative  reac- 
tion -galvanic  irritability  increased  in  the  muscles  with  retention  of  fa- 
radic irritability  in  the  nerve. 

Except  in  traumatic  cases  the  prognosis  is  always  grave,  and  yet  active 
an  persistent  treatment  is  capable  of  doing  much  in  many  of  these  cases. 

Poliomyelitis  as  it  occurs  in  children — the  so-called  infantile  paraly- 
sis—is  more  interesting  and  important  than  the  same  disease  in  the  adult, 
ecause  more  frequent.  The  symptoms  of  the  disease  are  very  much  the 
same  as  those  in  the  adult— paralysis  of  motion,  with  loss  of  electro-mus- 

cu  ar  contractility,  some  anaesthesia,  great  diminution  of  temperature,  and 
muscular  atrophy. 


De  1 Electrisation  Localisee,  ” p.  702. 
f Med.  Times  and  Gazette,  July  20th,  1872,  p.  66. 
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Duchenne,  with  the  aid  of  the  microscope,  has  investigated  the  condi- 
tion  of  the  muscles  in  muscular  atrophy.  For  this  purpose  a trocar  is 
necessary.  Duchenne’s  trocar  (Fig.  122)  is  introduced  into  the  muscle 


Fig.  122. — Duchenne’s  Trocar. 


Pig.  123. — Noeggerath’s  Trocar. 


open.  When  in  situ,  a piece  of  sharp  steel  is  pushed,  by  means  of  a but- 
ton, against  the  barb  of  the  trocar.  A piece  of  muscle  is  thus  caught 
which,  on  the  withdrawal  of  the  trocar,  can  be  examined. 

Microscopic  Examination  of  Muscles. — Noeggerath’s  instrument  (Fig. 
123)  is  introduced  as  a simple  trocar,  and  when  in  situ,  the  wire  contained 
in  it,  being  pushed  forward,  causes  the  prongs  or  clasps  on  its  extremity 
to  emerge  a little  separated.  When  the  wire  is  pulled  out  the  prongs 
come  together,  bringing  with  them  a piece  of  the  flesh. 

We  present  the  cuts  of  Duchenne,  with  condensed  explanations. 


Normiil  fibre. 


■First  degree.' 


Fig.  124.  Fig.  125.  Fig.  126. 

Fig.  124  “represents  the  normal  fibres,  with  the  transverse  striae.” 

Figs.  125,  126. — ” The  transverse  striae  are  less  distinct  ; they  are  frequently  broken  ; the 
longitudinal  fibres  are  more  and  more  marked.” 
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Second  degree.  Third  degree. 


Fig.  127.  “ The  muscular  fascia  is  composed  entirely  of  longitudinal  fibres,  the  transverse 
striae  having  completely  disappeared.” 

“ By  the  side  of  the  muscular  fibre  adipose  tissue  is  observed,  composed  of  cells  that  are  either 
fibr^”  there  are  little  drops  (b)  of  fat  deposited  in  the  muscular 

fibres  have  still  preserved  their  contractility,  and  are  undulating.” 
^ The  longitudinal  fibres  have  become  less  distinct.  The  molecules  of  fat  are 

more  and  more  abundant — again  cover  the  figure  almost  entirely.” 


Fourth  degree. 


P'G.  131.  Pig.  132.  Pig.  133. 

• '"'^cloJeTrgeSerTnd  Hnirn  ^ '^'‘‘^PPeared.  We  see  only  fatty  molecules  very 

' • parent.”  'becomes  more  abundant  and  difficult ; the  muscular  fascia  is  more  trans- 

^ shapeless  mas^^  molecules  of  fat  are  no  longer  perceptible ; the  fascia  is  composed  of  a 

fibre.”*^  * latty  transformation  corresponds  to  a degree  of  decoloration  of  muscular 

• 1 \ 


'incc  7 ^^S^osis.  In  infantile  paralysis, there  is  diminution  or  utter 
-of  th^  ^ 6ctro-muscular  contractility.  In  patients  so  young  the  condition 
tactil  ^ ®‘^^^°'”’tiscylar  sensibility  cannot  of  course  be  ascertained.  The 

dnf>M  n * ity  IS  in  some  cases  much  diminished;  in  other  cases  it 

loes  not  appear  to  be  affected. 
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A slight  degree  of  anaesthesia  cannot  be  ascertained  in  very  young 
patients.  In  this  disease  especially  both  currents  are  necessary  in  the 
diagnosis  as  well  as  in  the  treatment,  and  careful  regard  must  be  given 
to  the  “motor  point.” 

In  making  an  examination  of  the  condition  of  the  muscles  of  infants 
it  should  be  remembered  that,  on  account  of  their  flabby  character 
and  the  relatively  large  proportion  of  adipose  tissue  by  which  they 
are  surrounded,  they  do  not  respond  as  readily  nor  as  perceptibly  to 
electrization  as  the  muscles  of  adults. 

— Whatever  benefit  may  be  derived  from  electric  treatment 
must  come  from  its  influence  over  nutrition,  and  therefore  not  only 
should  faradization  and  galvanization  of  the  affected  muscles  be 
attempted,  but  the  constitutional  methods  of  tieatment  of  general  faia- 
dization,  central  galvanization,  and  static  electrification. 

As  to  the  electric  treatment  of  poliomyelitis,  both  in  adults  and 
children,  we  have  no  hesitation  in  claiming  for  it  a decided  value— a 
value  beyond  that  of  any  other  remedy— although  in  the  child  there  is 
far  more  hope  of  improvement,  and  in  some  cases  of  complete  or  ap- 
])roximatc  recovery,  than  in  the  adult.  Cases  of  complete  recovery  of 
poliomyelitis  anterior  in  the  adult,  especially  if  the  disease  has  per- 
sisted and  has  been  ])rogressivc  for  a number  of  months,  occur  raiely, 
and  many  of  those  cases  that  have  been  reported  as  such  were  un- 
doubtedly cases  of  multiple  neuritis,  the  symptoms  of  which  were  for- 
merly so  often  mistaken  for  those  of  cornual  myelitis.  One  great 
hindrance  to  the  proper  and  persistent  use  of  electricity  in  coinual 
myelitis  is  the  very  natural  inference  based  on  known  pathological  con- 
ditions. In  the  disease  variously  known  as  poliomyelitis,  chronic  mus- 
cular atrophy  and  infantile  paralysis,  the  cells  of  the  anteiior  cornua, 
in  greater  or  less  number,  are  either  supposed  to  be  destroyed  or  in 
process  of  destruction,  and  it  is  held  to  be  irrational  to  suppose  that 
electricity  or  any  other  remedy  can  repair  such  damage.  That  electricity 
is  incapable  of  restoring  a cell  once  destroyed  is  quite  true,  but  that 
it  is  incapable  of  doing  anything  to  arrest  the  further  progress  of  a 
cell  on  the  road  to  destruction,  or  of  preserving,  perhaps,  contiguous, 
healthy  cells  from  degeneration,  clinical  experience  abundantly  disproves. 
We  have  little  doubt  that  direct  spinal  galvanization  is  of  some  service 
in  aiding  nutrition  in  these  cases;  that,  in  a slight  degree,  the  current 
acts  directly  on  the  diseased  nerve  tissue.  This  method,  however,  is 
powerless  to  accomplish  the  greatest  good.  The  vitality  of  an  organ 
is  proportional  to  the  activity  of  its  function,  and  the  cessation  ot 
voluntary  functional  activity  and  the  loss  of  electric  response  tells  the 
tale  of  cell  deterioration.  The  vitality  of  a cell  is,  without  doubt,  often 
quickened  by  artificial  excitation  of  the  muscular  fibre  nourished  by 
it.  The  vital  functions  of  the  trophic  cells  are  stimulated  into  increased 
activity,  and  there  is  a mutual  action  and  reaction  between  cell  an 
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muscular  fibre.  Let  us  repeat  that  the  abolition  of  all  faradic  irrita 

b,I  ty  m these  cases  does  not  necessarily  indicate  that  there^s  n"  ked 

nutntrve  .mparrment  of  muscular  fibre.  Absence  of  respTnse  to  the 
faradic  current  means  damao-p  i-n  ^^^ponse  to  the 

may  not  result  in  degeneration  of  the  musculaTfib?  T 

vamc  irritability  alone  is  positive  indication  of  H ^ Absence  of  gal- 
fibre,  and  it  is  the  galvanic  cnn-Pnr  f of  damage  to  the  muscular 

favorably  the  nutrition  of  the  trophic  ^celh  ^ influences 

muscular  atrophy  is  so  uTeat  th«  it 

connection.  It  manifests  ItSf  as  e T 'his 

first  described  by  Dr  Edward  Mervnn  childhood,  and  was 

Medical  and  ChLrg  “etyX^^tr 

quently  reported  bv  Dr  T lYlnm  ru  u ’ ^ "^ns  subse- 

TransJctioL,  ■fhe^difeas®  h“Te  r^bterled 

increase  in  size  of  the  muscles  of  the  legs-esptcWlv  tf  ,T°  i 
normal.  ensibility  is  sometimes  diminished,  sometimes 

cours:i:rtrrt'’ttfh:t  ^ - 'he 

a few  years,  others  live  on  for  years  and'dTtf  T ‘° 

xor  years  and  die  of  mtercurrent  affections. 
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RHEUMATISM  AND  GOUT. 

Rheumatism  is  a disease  for  which  electricity,  by  various  methods  of 
application,  has  been  employed,  with  more  or  less  success,  from  the  early 
periods  of  the  history  of  electro-therapeutics.  Next  to  paralysis,  it  is 
perhaps  the  disease  in  which  the  original  experiments  of  electro-thera- 
peutists were  most  frequently  conducted;  and  for  the  reason  that  (like 
paralysis)  it  is  so  frequently  obstinate  to  ordinary  remedies. 

Treatment. — being  a constitutional  disease,  it  demands  constitutional 
treatment.  The  best  results  are  obtained  by  general  faradization,  com- 
bined with  faradization  or  galvanization  of  the  affected  joints.  In  the 
deep-seated  continuous  pain  of  lumbago  and  muscular  rheumatism  gener- 
ally, tlie  surface  stimulation  of  static  electricity  is  often  more  beneficial 
than  any  of  the  dynamic  forms  of  electricity.  To  confine  the  treatment 
to  the  affected  joint  is  unphilosophical,  and  usually  more  or  less  unsatis- 
factory, for  the  obvious  reason  that  it  attacks  merely  a local  symptom, 
which  at  any  time  may  be  transferred  to  other  and  remote  parts  of  the 
body.  'I'he  true  method  is  to  lay  the  axe  at  the  root  of  the  tree  by  making 
the  applications  general,  so  as  to  bring  the  whole  system  under  the  influ- 
ence of  the  current.  'I'his  treatment  sometimes  causes  increase  of  the 
flow  of  urine,  and  almost  always  more  or  less  exhilaration,  and  relief  of 
the  pain.  Special  attention  should  be  given  to  the  parts  which  are  chiefly 
affected,  and  the  swollen  joints  should  be  treated  by  mild  and  steady  fara- 
dization or  galvanization.  Where  in  the  acute  or  subacute  forms  the  im- 
mediate effects  are  agreeable,  it  is  probable  that  continued  treatment  will 
be  of  service.  For  the  local  treatment  the  galvanic  and  faradic  current 
may  be  used  alternately. 

The  effect  of  the  current  on  the  inflamed  joints  is  to  relieve  the  pain, 
reduce  the  inflammation,  and,  where  effusion  has  taken  place,  to  cause 
absorption.  Absorption  may  be  caused  by  both  currents,  in  some  cases 
more  powerfully  by  the  galvanic.  If  the  currents  are  used  too  strong  or 
too  long,  the  pain  and  inflammation  may  be  increased.  For  applications 
to  very  sensitive  and  painful  joints,  the  positive  pole  is  preferable.  For 
rheumatic  callosities  and  anchylosis,  very  prolonged  local  applications  of 
the  galvanic  current  may  be  tried. 

Prognosis.— In  presenting  the  prognosis  of  rheumatism  great  stress 
must  be  laid  on  the  distinction  between  the  chronic,  subacute,  and  muscu- 
lar varieties. 
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During  our  earlier  investigations  in  electro-therapeutics  we  treated 
perhaps  as  many  cases  of  rheumatism  as  of  any  one  class  of  disease. 
The  apparent  results  of  treatment  by  electrization  in  many  cases  of  mus- 
cular, and  in  a number  of  cases  of  the  acute,  subacute,  and  chronic  vari- 
eties of  articular  rheumatism,  excited  our  enthusiasm,  and  led  us  to  hope 
that  a remedy  had  been  found  that  would  prove  very  generally  and  power- 
fully remedial  in  all  forms  of  this  disease.  Further  experience  and  in- 
vestigation compel  us  to  declare  that  we  are  not  to  expect  such  rapid  and 
decided  benefit  from  electrization  in  the  worst  cases  of  chronic  articular 
rheumatism  as  we  at  first  supposed. 

The  most  uniform  results  are  obtained  in  the  muscular  form;  the  next 
best  are  the  subacute  articular  variety,  and  the  least  satisfactory  of  all  in 
the  chronic  stages. 

A good  opportunity  to  note  the  immediate  effect  of  electrization  is 
afforded  in  those  cases  where  the  disease  is  of  such  severity  as  to  render 
any  of  the  muscles  of  the  body  almost  if  not  quite  powerless. 

^lyalgia  {A'liisciilar  Rheumatisni) . — This  name  is  commonly  applied  to 
neuralgic  or  rheumatic  pain  of  the  muscles  on  movement,  caused  usually 
by  exposure  to  cold  or  dampness.  It  may  be  distinguished  from  ordinary 
neuralgia  first,  by  the  fact  that  the  pain  occurs  chiefly  on  movement  and 
not  on  rest,  and,  secondly,  by  the  fact  that  the  soreness  is  diffused  through 
or  oyer  the  muscles,  and  not  seated  or  fixed  in  certain  nerve  tracts.  It 
receives  different  names  according  to  its  locality.  In  the  back  it  is  called 
lumbago;  in  the  thoracic  muscles,  pleurodynia;  in  the  neck  it  simulates 
torticollis  or  wry-neck  so  closely  as  oftentimes  to  be  confounded  with  that 
affection  (see  Torticollis). 

T/eatment.  Local  faradization  with  a mild  current,  either  stable  or 
labile,  usually  relieves  such  cases  in  a short  time.  Stable  galvanization 
also  with  a mild  current  may  be  at  once  effective.  Severe  applications 
may  increase  the  pain  in  this  affection.  The  fact  that  the  patient  is  not 
at  once  relieved,  or  is  worse  after  the  first  application,  should  not  discour- 
age us  since  the  final  result  may  be  satisfactory.  Of  the  large  number  of 
cases  t at  we  have  treated,  nearly  all  have  been  relieved  by  a few  appli- 
cations. Static  electricity  by  means  of  the  roller  electrode  or  general 
tranklinization  is  especially  effective  in  these  cases. 

(?£»///  Gout  is  a disease  which  in  the  majority  of  instances  is  so 

^ ependent  upon  errors  of  food  and  drink,  and  exercise  and  the 

uences  o heredity,  that  its  prevention  and  cure  depend  for  the  most 

part  on  the  observances  of  strict  hygienic  methods.  It  is  within  the  ex- 

lence  0 every  physician  that  hereditary  influences  are  alone  sufficient 

many  cases  to  cause  attacks  of  gout.  The  victim  may  be  most  abste- 

frnm  drinking  and  active  in  exercise,  yet  suffer  at  intervals 

dinii  ^ a,nd  swelling  of  the  smaller  joints,  clearly  in- 

dicating the  hthic  acid  diathesis. 
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Acute  attacks  of  gout,  therefore,  depending  upon  errors  of  food  and 
drink,  combined  with  indolent  habits,  offer  no  encouraging  field  for  the 
beneficial  effects  of  electricity.  It  is  indeed  doubtful  whether  it  would 
ever  prove  of  sufficient  service  during  the  attacks  in  these  ordinary  cases 
to  be  worth  the  time  and  labor  necessary. 

Taking  into  consideration  the  catalytic  and  absorptive  power  of  the 
galvanic  current,  it  has  been  suggested  that  much  could  be  accomplished 
through  its  use  in  dissipating  the  gouty  concretions  that  form  in  the  vari- 
ous joints  of  the  body.  Experience  has  not,  however,  confirmed  the  cor- 
rectness of  this  suggestion.  The  deposits  of  urate  of  sodium  resist  with 
great  persistency  all  external  and  mechanical  methods  of  treatment,  as 
well  as  the  internal  administration  of  remedies. 

We  have  in  past  years  treated  many  cases  of  this  character,  but  we  are 
bound  to  say  that  we  have  never  yet  seen  a true  calcareous  deposit  in  the 
joints  appreciably  diminished  by  any  form  of  electric  treatment.  We 
have,  however,  known  of  actual  damage  being  inflicted  by  a too  confident 
and  careless  resort  to  the  galvanic  current. 

Rheumatic  Gout  {Arthritis  nodosa). — This  affection  is  neither  gout 
nor  rheumatism,  but  appears  to  be  a distinct  constitutional  affection.  It 
occurs  most  frequently  in  the  delicate  and  the  nervous,  and  may  be  re- 
garded  as  essentially  a condition  of  debility.  It  is  very  apt  to  affect  the 
hands,  fingers,  and  toes,  and  sometimes  thoroughly  cripples  the  patient. 

Treatment. — This  condition  is  most  successfully  combated  by  tonics, 
and  electrization,  more  for  its  tonic  effects  on  the  system  than  for  any 
special  catalytic  power  over  the  enlarged  joints.  General  faradization, 
central  galvanization,  and  perhaps  the  static  spark  are  the  methods  that 
experience  has  shown  to  be  most  useful  in  this  very  intractable  malady. 

Prognosis. — The  prognosis  for  radical  relief  in  rheumatic  gout  is  not 
encouraging.  The  pains  can  be  relieved,  the  sleep  can  be  improved,  and 
the  system  can  be  in  every  way  strengthened  by  the  electric  treatment, 
and  even  the  enlarged  joints  can  be  made  to  diminish  in  size,  or  at  least 
to  be  less  troublesome.  As  nearly  all  patients  afflicted  with  rheumatic 
gout  are  in  a condition  of  debility,  the  improvement  experienced  at  first 
under  general  faradization  is  such  as  to  lead  them  to  hope  for  a perma- 
nent eradication  of  the  disease.  In  this  respect  they  are  always  disap- 
pointed. The  disease  may  be  held  at  bay,  but  is  never  banished.  It  is 
doubtful,  indeed,  whether  the  benefit  is  not  entirely  due  to  the  tonic  effects 
of  the  treatment  on  the  system,  and  not  at  all  to  any  special  influence  over 
the  rheumatic  gout. 

Other  remedies  are  so  powerless  in  this  affection  that  electrization  is 
worthy  of  a trial  for  the  sake  of  its  general  effects.  We  have  treated  a 
number  of  cases  by  general  faradization,  central  galvanization,  and  loca 
galvanization  of  the  affected  joints,  with  palliative  and  tonic  effects  of  a 
most  decided  character. 
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SPASMODIC  DISEASES. 

Of  spasmodic  diseases,  this  general  law  holds,  that  when  recent,  even 
though  violent,  they  often  yield  to  electric  treatment,  but  when  long  stand- 
ing, although  easily  palliated,  they  are  seldom  cured  and  are  prone  to 
relapse. 

Chorea. — In  the  light  of  our  personal  experience  in  the  treatment  of 
chorea,  the  opinion  expressed  more  than  a quarter  of  a century  ago  by  a 
distinguished  physician  is  of  much  interest.  “ Electricity,”  he  says,  “ is 
another  agent  which  requires  a passing  mention  in  this  place,  though  all 
that  can  be  said  respecting  it  is,  that  as  yet  there  appears  to  be  little  or 
no  reason  for  placing  any  confidence  in  it  as  a means  of  treatment. 
Whether  this  will  always  be  the  case,  whether  there  are  not  modes  of 
using  electricity  which  will  have  the  effect  of  quieting  choreic  and  analo- 
gous movements,  remains  to  be  seen.  I suspect  that  there  are  such  modes, 
and  that  they  will  be  beneficial,  but  I have  not  yet  the  facts  to  justify  the 
expression  of  a belief  on  the  subject.”  * 

Electricity  benefits  chorea  on  the  same  principle  that  it  benefits  neur- 
asthenia or  hysteria  and  many  other  functional  nervous  diseases,  because 
of  that  indirect  improvement  in  nervous  force  which  is  a part  and  a result 
of  the  general  improvement  of  nutrition.  While  electricity  is  neither  life 
nor  nerve  force,  it  aids  in  sustaining  both  life  and  nerve  force,  as  do  light 
and  heat;  not  by  direct  transformation,  but  indirectly  through  its  influ- 
ence over  nutrition.  This  influence  over  nutrition,  together  with  musculo- 
sedative  effects,  are  brought  about  in  greater  or  less  degree  by  various 
methods  of  electrization,  by  general  faradization,  especially  with  the  high- 
tension  coil,  central  galvanization,  static  electrification,  and  even  by  periph- 
eral galvanization.  To  obtain  temporary  musculo-sedative  effects,  there 
IS  no  method  that  equals  the  depolarizing  method  of  central  and  periph- 
era  galvanization,  by  which  is  meant  the  elimination  of  either  one  or 
e other  pole.  In  this  way  the  neutral  point  is  thrown  outside  the  body, 
t e part  or  parts  brought  under  the  influence  of  either  the  negative  or 
positive  pole  alone  as  desired.  Static  electricity  (positive)  is  also  some- 

imes  useful  in  chorea  in  calming  nervous  excitement  and  as  an  aid  to 
nutrition. 

*C.  B.  Radcliff,  M.D.,  F.R.C.P.:  “On  Chorea,”  i868. 


ELECTRO-THERAPEUTICS. 


422 


But  the  two  methods  that  we  have  found,  on  the  whole,  to  be  the  most 
effective  in  the  treatment  of  chorea  are  central  galvanization  and  general 
faradization.  These  two  methods  properly  differentiated  and  used  either 
alone  or  in  alternation,  according  to  the  indications  in  each  individual 
case,  are  capable  of  doing  much,  not  only  in  alleviating  the  violence  of  the 
choreic  movements,  but  in  shortening  the  duration  of  the  disease. 

A somewhat  useful  point  in  the  way  of  differential  indication  for  the 
use  of  the  two  currents  and  the  two  methods  of  application,  which  has 
been  forced  upon  us  by  repeated  observation,  is  the  following:  For  chil- 
dren of  full  habits  and  in  that  excellent  condition  of  general  health  which 
we  not  infrequently  see  among  the  victims  of  chorea,  the  galvanic  current 
is  to  be  preferred.  For  those,  on  the  contrary,  who  are  weak  and 
ana;mic,  with  impaired  nutrition,  the  faradic  current  or  static  electricity 
is  far  more  grateful,  and  is  followed  by  better  results,  both  immediate  and 
permanent. 

Prognosis. — In  regard  to  the  prognosis  of  chorea  under  electric  treat- 
ment there  has  been  considerable  skepticism,  even  among  those  who  are 
friendly  to  electro-therapeutics.  This  skepticism  has  been  due  to  the  fact 
that  the  majority  of  cases  of  chorea  recover  spontaneously  in  time,  and 
because  their  improvement  under  electricity  is,  in  some  cases,  quite  slow. 

.Aside  from  the  well-known  fact  that  many  cases  recover  spontaneously 
in  the  course  of  a few  weeks  or  months,  direct  and  positive  results  of  treat- 
ment can  be  appreciated  in  this  disease  more  uniformly  than  in  any  other 
spastic  condition.  Cases  of  failure  after  protracted  treatment  by  elec- 
tricity are  exceptional.  The  worst  cases,  when  recent,  sometimes  seem  to 
yield  better  than  those  which  are  comparatively  mild. 

Partial  chorea,  affecting  the  eyelid,  the  muscles  of  the  neck,  or  a 
single  limb,  or  group  of  muscles,  is  more  obstinate  than  a much  worse 
form  of  general  chorea.  The  explanation  of  this  inconsistency  is  that 
patients  affected  with  partial  chorea  are  apt  to  delay  weeks,  months,  and 
years  before  taking  treatment.  Recent  cases  we  have  found  to  yield  al- 
most uniformly.  All  long-standing  choreic  cases  need  to  be  treated  per- 
severingly — from  one  to  several  months  being  usually  necessary  to  com- 
plete a cure.  In  some  cases  no  apparent  improvement  takes  place  at  the 
outset  of  electric  treatment,  and  the  friends  of  the  patient  become  discour- 
aged; but  if  the  treatment  be  continued,  a permanent  cure  may  be  ob- 
tained. Symptomatic  chorea— dependent  on  cerebral  or  cerebellar  dis- 
ease— offers  an  unfavorable  prognosis. 

Children  bear  larger  doses  of  electricity  proportionately  than  adults. 
Central  galvanization  with  a current  strength  of  five  to  ten  milliamperes 
to  a child  of  ten,  provided  the  electrodes  are  of  sufficient  size  and  well 
adjusted,  is  easily  borne,  and  it  is  not  unusual  for  us  to  increase  the 
strength  even  to  twenty  milliamperes  and  more. 

Writer's  Cramp. — This  affection  is  not  peculiar  to  writers.  .An  anal- 
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ogous  condition  may  attack  seamstresses,  milk-maids,  and  others  whose 
callings  compel  them  to  use  for  a long  time  a certain  set  of  the  muscles  of 
the  hand.  It  is  believed  that  the  affection  is  not  purely  peripheral,  but 
that  it  frequently,  if  not  always,  is  connected  with  disease  of  the  upper 
portion  of  the  spinal  cord. 

Whether  found  in  the  artist,  rendering  him  unable  to  manipulate  his 
brush— the  pianist,  preventing  him  from  fingering  his  instrument— or  the 
penman,  causing  his  writing  to  be  almost  if  not  quite  illegible— the  same 
general  characteristic  is  observed,  viz.,  the  recurrence  of  spasm  or  pain 
whenever  an  attempt  is  made  to  execute  a special  movement. 

Pains  resembling  neuralgia  or  rheumatism  so  closely  as  to  be  con- 
founded with  those  diseases,  frequently  accompany  writer’s  cramp. 

The  prognosis  in  the  early  stages  is  sometimes  favorable  for  a perfect 
cure;  advanced  stages  of  long-standing  cases  are  usually  rebellious;  but 
even  these  may  be  much  relieved.  Rest  from  the  occupation  is  almost 
imperative. 

The  treatme7it  should  be  both  central  and  peripheral.  Galvanization 
of  the  upper  portion  of  the  cord  and  of  the  median  and  radial  nerves, 
spinal  cord,  plexus,  and  nerve-currents,  and  faradization  of  the  affected 
muscles  and  of  their  antagonists,  may  be  tried,  and  when  anesthesia 
exists  the  wire  brush. 

Unfortunately,  however,  those  who  are  most  frequently  subject  to 
writer  s cramp  are  the  very  ones  who  are  unable  to  take  the  necessary 
rest. 

Although  the  results  of  treatment  by  electrization  in  this  variety  of 
palsy  is  by  no  means  uniform,  yet  it  has  undoubtedly  been  followed  in 
many  instances  by  approximate  and  even  perfect  recovery. 

Torticollis  i^Wry-fieck). — This  familiar  disease  consists  in  a spasm  of 
the  muscles  of  the  neck,  by  which  the  head  is  drawn  to  one  side.  The 
spasms  may  be  tonic  or  clonic. 

Although  the  pathology  of  the  disease  is  obscure,  it  is  yet  quite  clear 
that  it  is  of  a nervous  character.  More  than  by  any  other  cause,  it  is 
brought  on  by  excessive  mental  labor  or  anxiety.  The  symptoms  usually 
come  on  gradually;  the  muscles  of  the  neck  on  the  side  toward  which  the 
neck  is  turned  are  sometimes  flabby  and  atrophied,  and  the  muscles  on 
the  other  side  are  hard,  lumpy,  and  enlarged.  Frequently  the  deeper 
muscles  of  the  neck  are  involved,  as  well  as  the  sterno-cleido-mastoid  and 
trapezius.  The  spinal  accessory  nerve  would  appear  to  be  at  fault.  The 
condition  is  really  a kind  of  “partial  chorea,”  analogous  to  writer’s  cramp, 
acial  spasms,  spasm  of  the  eyelid,  and,  like  all  these,  is  usually  very  ob- 
stinate, except  in  the  mild  form  and  early  stages. 

-Diagnosis.  The  disease  should  not  be  confounded  with  common  stiff- 
neck  that  is  caused  by  rheumatism  of  the  muscles  of  the  neck  and  is  anal- 
ogous to  lumbago.  In  stiff-neck,  which  usually  yields  to  faradization  like 
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Other  forms  of  myalgia,  the  head  is  kept  from  moving  by  the  pain  whidi 
movement  causes.  Diseases  of  spine  and  diseases  of  the  brain  sometimes 
produce  tonic  spasms  of  the  muscles  of  the  neck  that  resemble  torticollis. 

Electric  Examination.— Qxv  the  affected  side  the  muscles  sometimes 
exhibit  increased  electro-muscular  contractility  and  sensibility.  On  the 
other  side  the  electro-muscular  contractility  is  sometimes  diminished. 

Galvanization  of  the  muscles  of  the  affected  side  with 
currents  of  from  5 to  15  milliamperes,  and  faradization  of  the  muscles 
of  the  othei  side,  galvanization  of  the  sympathetic  and  cervical  spine 
are  the  methods  that  should  be  tried  in  this  disease.  They  may  be  tried 
simultaneously  or  in  succession. 

Protracted  applications  are  not  ordinarily  indicated  in  this  affection. 
General  treatment  is  only  required  when  the  patient  is  debilitated. 

In  connection  with  the  use  of  electricity,  the  hypodermic  injection  of 
morphine  and  counter-irritation  of  the  cervical  spine  by  blisters,  and  me- 
chanical contrivances  for  keeping  the  head  in  position,  may  be  tried. 

l‘rognosis.—\\\  the  early  stages  torticollis  may  be  relieved  or  cured  by 
electric  treatment  alone.  After  it  has  been  established  for  a number  of 
months,  it  becomes  one  of  the  most  intractable  of  diseases.  Even  when 
relieved  by  treatment,  it  is  much  disposed  to  relapse.  No  case  should  be 
abandoned  until  both  galvanic  and  faradic  treatment  has  been  thoroughly 
tried,  since  it  is  the  only  method  of  treatment  that  offers  much  hope; 
and  the  physician  should  not  be  discouraged  if  the  symptoms  appear  to 
be  aggravated  by  the  first  few  applications,  but  should  reduce  the  strength 
of  the  current  and  the  length  of  the  stances.  The  same  remark  will  apply 
to  analogous  diseases,  such  as  writer’s  cramp  and  facial  spasm. 

Jhxralysis  Agttans  {^Shaking  Palsy). — There  are  two  kinds  of  shaking 
palsy : 

I St.  Those  with  organic  lesions. 

Sclerosis  of  some  form  is  the  pathologic  state  that  usually  gives  rise 
to  the  symptoms  of  shaking  palsy. 

2d.  Those  where  no  lesion  can  be  discovered. 

These  are  usually  styled  functional,  although,  like  hysteria  or  chorea, 
they  may  be  supposed  to  depend  on  some  molecular  derangements  which 
are  not  revealed  to  the  microscope. 

The  disease  may  be  local  or  general;  it  may  attack  one  limb,  or  the 
lower  jaw,  or  all  four  extremities.  It  is  most  frequent  in  the  aged,  but 
is  sometimes  observed  in  middle  life,  or  in  the  young. 

Treatment. — Central  galvanization  and  general  faradization,  for  gen- 
eral effects,  may  be  used  in  shaking  palsy  with  benefit.  The  best  results 
have  been  obtained  by  galvanization  of  the  spine  and  sympathetic  and 

* It  should  be  considered  that  the  sterno-cleido-mastoid,  as  it  pulls  the  back  of  the 
head  toward  the  shoulder,  turns  the  face  in  an  opposite  direction.  The  face  therefore  is 
turned  away  from  the  affected  muscle. 
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brain,  although  Charcot  and  Reynolds  before  him  advocated  the  use  of 
static  electricity  and  reported  favorable  results.  Notwithstanding  the 
adverse  opinion  of  Gowers  and  the  conclusions  of  Berger,  who  after  treat- 
ing twenty  cases  reported  that  not  one  received  improvement,  our  own  experi- 
. ence  has  been  that  electricity,  if  properly  and  persistently  used,  is  capable 
in  occasional  instances  of  favorably  modifying  the  course  of  the  disease. 

Fro^ms/s.—Cases  where  all  the  limbs  are  affected  are  never  cured  by 
any  method  of  treatment,  especially  in  the  aged.  Cases  in  which  only 
one  hmb,  or  one  upper  and  one  lower  limb,  are  affected  are  sometimes 
benefited,  and  in  rare  instances  cured.  Temporary  relief  can  sometimes 
be  obtained  where  no  permanent  benefit  results.  The  tremor  of  the  limb 
is  sometimes  abated  or  completely  arrested  for  one  or  more  hours  after  the 
application  either  of  general  faradization  or  galvanization  of  the  spine 
and  in  rare  cases  entire  recovery  occurs. 

Subsequently  the  symptoms  return  and  are  again  relieved  by  the 
same  methods  of  treatment,  but  the  relief  is  of  shorter  duration  than  be- 
fore. Gradually  the  tremor  increases  and  resists  all  further  efforts. 

Asthma  is  one  of  the  conditions  for  which  it  would  be  sup- 
posed, a/ W,  that  electrization  might  be  of  service;  and  yet  the  pub- 
lished records  of  successful  treatment  are  not  very  extensive.  One  of  the 
earliest,  if  not  the  very  earliest,  experimenters  in  this  department  was  Dr. 
Vilson  Philip,  who  began  his  researches  in  electricity  in  the  early  part  of 
transmitting  its  influence  (galvanism)  from  the  nape 
o the  neck  to  the  pit  of  the  stomach,  he  gave  decided  relief  in  every  one 
o twenty-two  cases,  of  which  four  were  in  private  practice,  and  eighteen 
n the  Worcester  Infirmary.  The  power  employed  varied  from  ten  to 
n } ve  pairs.  The  treatment  which  is  theoretically  indicated  is  gal- 
vanization of  the  pneumogastric  and  sympathetic.  Benedikt  mentions  a 
case  successfully  treated  by  this  method. 

'''  galvanization  of  the  pneumo- 

Lnent  benefiT  but  not  per- 

lief  sometimes  effective  in  affording  temporary  re- 

under  nnr  ^ constant  current.  In  several  cases  that  have  fallen 

been  folln  ° persistent  faradization  of  the  chest  and  neck  has 

ueen  lollowed  by  marked  relief. 

hysteria,  in  myelitis, 

they  nfav  h’  "P°"/ybPs,  diseases  of  the  cerebrum  and  cerebellum,  or 
rheumatism^  ° ^ character.  They  exist  sometimes  in  neuritis  or 

in  peripheral  galvanization  or  faradization  of 
vanization  antagonists,  with  stable  currents  and  gal- 

indications°  ^ sympathetic,  according  to  the  special 
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The  prognosis  is  usually  unfavorable  for  all  except  the  rheumatic 
cases. 

Facial  Spasm. — This  affection,  which  is  not  unfrequent,  is  usually 
very  obstinate  against  all  treatment.  The  treatment  is  galvanization  with 
the  spinal-cord-muscle  or  nerve-muscle  current.  Recent  cases  may  be 
cured  by  the  application  of  the  galvanic  current  to  the  branches  of  the  fifth 
pair.  Long-standing  cases  may  be  temporarily  relieved,  but  are  rarely 
permanently  cured.  Remak  reported  success  even  after  the  condition  was 
very  chronic. 

Dysphagia  from  Spasms  of  the  Fharynx. — This  symptom  though  some- 
times the  result  of  organic  central  disease,  is  not  unfrequently  of  a purely 
spasmodic  character,  and  as  such  is  amenable  to  electric  treatment,  either 
by  external  or  internal  applications.  The  method  we  adopt  for  such 
cases  is  to  place  one  pole  on  the  back  of  the  neck  and  the  other  just  above 
the  sternum,  or  by  the  inner  border  of  the  sterno-cleido-mastoid  muscle. 
If  this  method  fails,  internal  applications  may  be  made,  by  means  of  a 
catheter-shaped  electrode,  against  the  constrictors  of  the  pharynx.  Some 
cases  yield  with  surprising  readiness  to  external  treatment.  Cases  de- 
pendent on  central  disease  are  usually  quite  rebellious. 

A case  of  this  kind,  in  which  the  food  was  returned  through  the  mouth 
or  nose,  was  cured  by  Hiffelsheim  by  galvanization. 

The  same  authority  has  recorded  a case  of  excessive  and  obstinate 
vomiting  that  was  cured  by  five  applications  of  the  galvanic  current  to  the 
pneumogastric. 

Singultus  {IJiccough). — This  symptom,  when  it  becomes  permanently 
annoying,  may  be  treated  by  galvanization  of  the  sympathetic  and  pneii- 
mogastric.  W^e  have  treated  in  this  way  two  very  obstinate  cases  without 
benefit. 

'I'ctanus. — Mendel  reported  two  cases  of  tetanus  successfully  treated  by 
the  galvanic  current.  He  used  various  methods  of  application,  cential 
and  peripheral.  Immediate  relief  followed  each  application. 

The  conclusions  at  which  he  arrives  from  his  cases  are  that  a mild 
current  should  be  applied  to  the  affected  muscles,  without  regard  to  the 
direction,  although  the  positive  pole  should  be  applied  to  the  antagonists. 

J-Iydrophobia. — The  disease  is  so  rare  in  its  occurrence,  and  so  rapid 
in  its  course,  that  electric  treatment,  even  by  its  most  imperfect  methods, 
has  had  almost  no  chance  to  be  tested.  The  suggestions  that  we  have  to 
offer  are  therefore  of  necessity  based  on  theory  and  analogy,  and  experi- 
ence in  the  treatment  of  other  and  more  or  less  allied  diseases. 

The  best  method  of  using  electricity  in  a case  of  real  or  simulated  hy- 
drophobia would  be  to  place  the  negative  pole  of  the  galvanic  current  a 
the  pit  of  the  stomach,  and  apply  the  positive  successively  at  the  top  o 
the  head,  the  nape  of  the  neck  (central  galvanization),  over  the  region  o 
the  pneumogastric,  and  down  the  spine.  If  the  galvanic  current  caiino 
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be  obtained,  the  faradic  (electro-magnetic)  might  be  tried,  although  it 
would  probably  be  less  efficacious.  Mild  or  moderate  currents  would  be 
likely  to  do  more  good  than  very  powerful  currents,  and  there  should  be 
intermissions  in  the  treatment.  During  these  intermissions  ice-bags  might 
be  applied  to  the  spine.  We  should  not  expect  that  this  treatment  would 
cure  real  hydrophobia,  but,  if  faithfully  used,  it  would  greatly  relieve  the 
horrible  agonies  of  the  disease,  and,  either  alone  or  in  connection  with 
other  treatment,  would  be  likely  to  prolong  life.  Electricity  has  never  yet 
had  a fair  trial  in  hydrophobia.  Schivardi,  who  kept  one  of  his  patients 
alive  several  days,  used  only  a partial  and  imperfect  method,  and  no  other 
treatment,  so  far  as  is  known,  has  been  so  successful. 

Hydrophobia  is  one  of  the  very  few  diseases  in  which  it  is  better  to 
use  electricity  blindly  and  imperfectly  than  not  to  use  it  at  all. 

Stammering.  Dr.  Althaus  succeeded  in  curing  a case  of  stammering 
of  five  years  standing,  in  a lad  nine  years  of  age,  by  the  application  of 
the  galvanic  current  to  the  laryngeal  nerves.  The  applications  were  made 
twice  a week  for  two  months. 

Epilepsy. — In  some  most  excellent  remarks  * made  long  ago  on  the 
treatment  of  epilepsy.  Dr.  Meredith  Clymer  stated  that  he  had  never 
heard  of  a permanent  cure  of  the  disease  under  the  use  of  the  bromides, 
either  alone  or  in  combination ; and  so  careful  and  experienced  an  ob- 
server as  Dr.  J.  Hughes  Bennett  declares  that  he  has  no  personal  statisti- 
cal evidence  to  offer  in  proof  of  the  curability  of  epilepsy  by  the  bromides. 
In  the  absence  of  positive  proof  that  prolonged  use  of  the  bromides  may 
thoroughly  eradicate  the  disease,  the  most  cheering  observation  he  has  to 
make  is  that  it  is  entirely  possible  that  such  may  be  the  case.  While  we 
may  regard  the  first  of  these  statements  at  least  as  extreme,  the  sugges- 
lon  that  the  best  results  will  follow  only  when  we  call  to  our  aid  every 
measure  that  will  tend  to  develop  vital  power  generally  commends  itself 
to  all.  It  is  not  alone,  therefore,  on  the  theory  of  a special  influence  on 
e nerve-centres  or  over  the  cerebral  circulation  that  we  employ  electric- 
ity as  an  adjunct  to  the  bromides,  but  also  because  of  its  undoubted  pow- 
er u constitutional  effects.  Above  all,  it  is  a tonic,  and  yet  its  therapeu- 
ic  range  is  wide  enough  to  include  both  stimulating  an  sedative  effects, 
e cannot  but  regard  as  both  interesting  and  suggestive  certain  observa- 
ons  concerning  the  similarity  of  effect  between  the  bromides  and  central 
vanization  and  general  faradization.  Accepting  the  theory  that  a state 
th  t^lT  ^*^®;mia  predisposes  to  sleep,  it  is  not  very  difficult  to  believe 
and  ^ of  drowsiness  that  so  often  follows  central  galvanization, 

even  general  faradization,  when  specially  directed  to  the  cervical  gan- 
lon,  IS  due  to  the  influence  of  the  current  on  the  vaso-motor  nerves, 
n some  cases  sound  sleep  has  for  a few  moments  been  induced  with 


* New  York  Medical  Record,  vol.  xlv.,  No.  16. 
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the  subject  in  an  upright  position  while  receiving  the  current  through  the 
brain.  We  recall  several  instances  where,  under  treatment  by  central  gal- 
vanization, patients  were  repeatedly  put  to  sleep  within  a minute  after  the 
beginning  of  the  application. 

Theoretically  speaking,  there  are  indications  for  the  use  of  electricity 
in  epilepsy  other  than  its  general  tonic  influence,  or  its  effects  upon  the 
circulation. 

Idiopathic  epilepsy  consists,  undoubtedly,  in  an  increased  excitability 
of  certain  portions  of  the  cerebro-spinal  centres. 

It  may  be  supposed  that  the  nutrition  of  certain  nerve-cells  becomes 
altered,  but  this  change  is,  in  all  probability,  dynamic  rather  than  physi- 
cal, and  therefore  the  microscope  would  be  as  useless  in  detecting  differ- 
ences between  normal  cells  and  those  possessing  excessive  reflex  excitabil- 
ity as  it  would  be  to  demonstrate  the  difference  between  the  native  steel 
and  the  powerful  magnet.  An  important  indication,  then,  for  the  use  of 
electricity  in  epilepsy  is  this  very  superexcitability  of  nerve-cells.  We 
know  that  the  galvanic  current  directly  affects  the  brain.  We  fully  appre- 
ciate its  anelectrotonic  effect  upon  peripheral  nerves,  and  must  be  ready 
to  admit  the  possibility  of  its  affecting  in  the  same  way  the  nerve-centres. 
These  theoretical  considerations  we  have,  so  far  as  possible,  endeavored 
to  submit  to  practical  tests,  and  we  are  quite  convinced  that  this  abnor- 
mal superexcitability  that  is  so  characteristic  of  epilepsy  is  in  some  cases 
held  in  check  by  the  action  of  the  galvanic  current  as  readily  as  by  the 
bromides  themselves. 

In  several  cases  of  petit  mal,  especially,  we  have  observed  that  applica- 
tions of  the  galvanic  current  to  the  cervical  ganglia  of  the  sympathetic  had 
precisely  the  same  effect  in  interrupting  temporarily  the  frequency  of  the 
paroxysms  as  the  bromide  of  potassium. 

The  method  of  electric  treatment  that  promises  most  in  this  disease  is 
central  galvanization.  Another  method  is  to  place  one  of  the  poles  over 
the  point  whence  the  aura  proceeds,  and  the  other  over  the  nerve-centers. 


CHAPTER  XXXIII, 

DISEASES  OF  THE  SKIN. 

There  are  several  theoretical  considerations  that  would  lead  us  to 
suppose  that  electricity  might  be  of  service  in  the  treatment  of  diseases  of 
the  skin  : 

1.  Pain  and  itching,  oftentimes  of  a very  distressing  character,  accom- 
pany many  of  the  diseases  of  the  skin,  and  of  all  the  known  methods  of 
relieving  and  curing  pain,  electricity  is  one  of  the  most  satisfactory.  If 
the  application  of  the  galvanic  or  faradic  current  may  bring  relief  in  head- 
ache, in  spinal  irritation,  in  the  various  forms  of  neuralgia,  in  rheumatism 
and  in  sprains,  why  should  it  not  afford  similar  relief  in  the  tormenting 
agonies  of  psoriasis,  eczema,  and  prurigo? 

2.  Ulcers,  sinuses,  and  bed-sores  have  long  been  treated  by  the  gal- 
vanic and  faradic  currents  with  gratifying  success;  and  it  would  be  natu- 
ral to  suppose  that  the  ulcerous  conditions  of  some  of  the  diseases  of  the 
skin  might  similarly  be  benefited. 

3.  Tumors  and  morbid  growths  of  various  kinds  are  discussed  by  the 
electric  currents,  and  especially  by  the  galvanic  current,  and  it  would  be 
reasonable  to  infer  that  cutaneous  indurations  and  hypertrophies  might  be 
discussed  or  diminished  in  a similar  manner. 

4-  Those  who  hold  the  theory  that  some  of  the  diseases  of  the  skin  are 
of  a nervous  origin,  or  are  in  some  way  intimately  dependent  on  the  brain, 
spinal  cord,  or  sympathetic,  would  find  still  another  theoretical  argument 
in  favor  of  introducing  electricity  into  dermatology,  since  nervous  dis- 
eases have  long  been  regarded  the  diseases  most  amenable 

to  electric  treatment. 

The  electro-therapeutics  of  diseases  of  the  skin  belong  both  to  medi- 
ca  and  surgical  electricity.  The  tendency  in  recent  times  has  been  to 
ransfer  dermatology  from  surgery  to  medicine,  and  at  present  many  of  our 
most  eminent  dermatologists  are  physicians  more  than  surgeons.  This 
en  ency  is  further  strengthened  by  the  modern  views  of  the  pathology  of 
cu  aneous  disorders,  particularly  in  regard  to  their  relation  to  the  nervous 
mf  h*^h  purely  local  treatment  of  diseases  of  the  skin  by  electricity 
^ ^^Surded  as  belonging  to  electro-surgery,  while  their  general  and 
n ra  treatment  certainly  belongs  to  electro-medicine, 
and  Empioygii — While  both  currents — the  faradic  and  galvanic 

of  electricity  have  proved  useful  in  the  treatment  of  diseases 

0 s in  the  galvanic  appears  to  act  more  efficiently  and  to  fulfil  a 
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larger  variety  of  indications  than  the  others.  The  reason  of  this  will  be 
sufficiently  clear  to  those  who  understand  the  general  differential  indica- 
tions for  the  use  of  the  different  forms  of  electricity.  The  peculiar  elec- 
trolytic action  of  the  galvanic  current,  which  the  faradic  current  possesses 
to  but  a feeble  degree,  is  indicated  in  diseases  of  the  skin  for  the  same 
reason  that  it  is  indicated  in  the  discussion  of  tumors.  For  the  relief  of 
the  symptoms  of  itching  and  pain,  the  faradic  current  is  frequently  suffi- 
cient, especially  in  prurigo ; its  effects  are  also  curative,  but  to  a less  de- 
gree than  the  galvanic  current.  The  galvanic  current  also  acts  more  pow- 
erfully on  the  central  nervous  system. 

Methods  of  Application. — Diseases  of  the  skin  may  be  treated  electri- 
cally in  two  ways — by  applications  to  the  diseased  surface,  and  by  central 
galvanization.  In  the  first  method  the  disease  is  affected  directly;  in  the 
second  method  it  is  affected  indirectly  through  the  nervous  system. 

Application  to  the  Diseased  Surface. — Our  usual  method  of  galvanizing 
the  affected  part  is  to  place  an  adjustable  electrode  of  from  two  to  four 
inches  in  diameter  over  the  point  where  the  principal  nerve  that  supplies 
the  part  is  most  superficial — as  the  popliteal  space,  the  anterior  crural  re- 
gion, the  border  of  the  flexors  of  the  arm,  etc.,  while  the  negative  is  ap- 
plied to  the  di.seased  surface  by  any  convenient  electrode  with  a broad 
surface,  'i’his  is  the  method  that  we  usually  adopt  in  the  treatment  of 
ulcers.  We  are  not  able  to  say  how  much  advantage  there  may  be  in 
applying  one  of  the  electrodes  over  the  nerve.  We  suspect  that  it  may  be 
of  service  in  improving  the  nutrition  of  the  part  that  it  supplies;  it  cer- 
tainly cannot  do  harm  in  that  position  unless  the  stance  is  very  much  pro- 
tracted. One  electrode  may  be  placed  on  some  indifferent  point,  as  the 
feet,  or  the  hands,  or  on  the  thigh,  where  currents  are  borne  well  and  can 
do  no  harm,  however  long  they  may  be  kept  there.  The  electrode  is 
sometimes  kept  firmly  planted  on  the  skin  (stable),  and  sometimes  is 
slowly  glided  from  one  part  to  another  (labile).  When  the  part  is  much 
abraded  only  mild  currents  will  be  borne,  while  in  the  immediate  neigh- 
borhood a very  strong  current  may  not  be  felt  at  all.  It  therefore  becomes 
necessary  to  modify  the  current  continually  according  to  the  sensations  of 
the  patient,  so  that  the  treatment  may  never  be  excessively  painful. 
There  is  yet  no  evidence  that  very  severe  applications  have  any  advantage 
over  mild  applications.  The  pain  of  the  galvanic  current  increases  with 
the  length  of  time  that  the  electrode  is  kept  in  a fixed  position  without 
breaking  the  current;  for  this  reason  it  is  necessary,  when  strong  currents 
are  used,  to  shift  the  position  of  the  electrode  every  minute  or  so,  or  as 
often  as  the  patient  complains  of  severe  pain.  We  are  not  able  to  say 
whether  the  best  results  are  obtained  by  stable  or  by  labile  applications. 
The  electrolytic  action  of  the  galvanic  current  is  most  decided  when  theie 
is  little  or  no  interruption  to  the  current.  When  the  faradic  cuiient  is 
used  we  generally  make  labile  applications. 
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Both  electrodes  may  be  applied  on  the  diseased  surface.  The  advan- 
tage of  this  method  is  that  it  economizes  time  and  labor  where  there  are 
numerous  and  large  patches  that  need  to  be  treated.  Although  the  elec- 
trolytic action  of  the  negative  pole  is  greater  than  that  of  the  positive,  yet 
both  act  electrolytically,  as  all  physicians  know,  and  both  act  curatively 
as  experience  shows. 

The  amount  of  pain  caused  by  a given  current  strength  depends  very 
much  upon  the  individual  idiosyncrasy,  and  upon  the  size  and  character 
of  the  electrodes.  It  is  safe  to  say  that  a current  strong  enough  to  be  dis- 
tinctly but  not  painfully  felt  is  generally  indicated,  and  this  strength  is 
usually  within  the  range  of  from  five  to  twenty-five  milliamperes. 

Local  Faradization  Generalized.  — We  have  applied  this  term  to  a 
method  of  using  electricity  which  combines  the  advantages  of  localized 
and  general  faradization.  Although  we  first  used  it  in  diseases  of  the 
skin,  it  may  be  employed  to  meet  the  same  indications  as  general  fara- 
dization; but  since  it  requires  absolute  or  approximative  stripping  on  the 

part  of  the  patient,  it  would  be  called  for  only  in  a limited  class  of  affec- 
tions. 

_ In  this  method  the  operator  takes  hold  of  both  the  electrodes  by  their 
insulated  handles,  and  passes  them,  within  a few  inches  of  each  other, 
over  all  the  diseased  surface  of  the  body.  The  electrodes  may  be  kept 
stationary  over  spots  where  the  disease  is  especially  prominent.  The 
method  may  be  modified  in  various  ways.  One  electrode  may  be  kept 
fixed  on  some  particularly  bad  spot,  while  the  other  is  glided  up  and  down 
the  surface  adjacent,  or  both  electrodes  may  be  kept  fixed  a part  of  the 
time.  An  advantage  of  this  method,  which  may  be  employed  with  either 
current,  is  that  it  economizes  time  and  labor,  a very  important  considera- 
lon  in  cases  where  a large  portion  of  the  surface  of  the  body  is  diseased. 

1 his  method  is  especially  indicated  in  cases  where  nearly  the  entire 
surface  of  the  body  is  affected  by  disease,  as  in  general  prurigo  and 
psoriasis.  Either  current  may  be  used  in  this  way. 

method  of  using  electricity  is  usually  not 
nclicated  in  diseases  of  the  skin,  and  for  the  reasons  already  given  For 
ose  cases  that  are  associated  with  general  debility  as  a result  or  cause 

mav  ^ be  employed  with  advantage ; one  pole 

a rL  coccyx  by  an  adjustable  electrode,  or  at  the  feet  by 

body  passed  over  the  surface  of  the 

trie  hr  ^^^ben  the  skin  is  not  itching  or  anassthetic  the  elec- 

casp«  h painful,  and  is  therefore  to  be  recommended  chiefly  for 

have  frp  irritation,  or  itching  and  anesthesia.  We 

trode  ^ ound  it  more  efficacious  than  the  ordinary  sponge  elec- 

'vould  he^  of  eczema  an  application  which  in  health 

e unendurable  is  positively  agreeable.  The  distinctively  surgical 
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methods  of  treating  certain  diseases  of  the  skin  by  electrolysis  and  galvano- 
cautery  will  be  described  in  Electro- Surgery. 

Central  Gahmnization. — This  important  method  of  using  electricity  we 
have  proved  to  be  of  great  service  in  the  treatment  of  certain  diseases  of 
the  skin,  especially  of  chronic  eczema  and  prurigo.  Under  this  method 
of  treatment  alone,  without  making  any  application  whatever  to  the  dis- 
eased surface,  the  itching  and  burning  of  these  diseases  are  relieved  some- 
times immediately,  and  under  a protracted  treatment  permanent  cures  are 
obtained.  The  results  obtained  by  this  method  are  of  the  highest  possible 
interest  in  a pathologic  point  of  view,  as  showing  a kind  of  dependence 
of  chronic  eczema  on  the  nervous  system  that  had  not  before  been  sus- 
pected. 

Diseases  of  the  Skin  for  which  Electric  Treatment  is  Indicated. — Under 
this  head  we  sum  up  the  results  of  electric  experience  up  to  the  date  of 
publication. 

Eczema. — This  disease  we  place  at  the  head  of  the  list,  for  the  reason 
that  we  have  found  more  rapid,  brilliant,  and  uniform  results  from  electric 
treatment  in  this  than  in  any  other  disease  of  the  skin.  We  have  treated 
the  chronic  forms  in  different  parts  of  the  body,  and  in  nearly  all  cases 
thus  far  with  immediate  relief  of  the  distressing  pain,  and  ultimate  cure 
after  a course  of  treatment.  We  have  used  for  this  affection,  almost  ex- 
clusively, the  galvanic  current,  either  locally  or  centrally.  Patients  have 
come  to  us  declaring  that  the  distress  is  so  great  that  they  would  be  glad 
to  have  the  suffering  part  amputated,  and  after  an  application  of  from  five 
to  fifteen  minutes  have  gone  out  entirely  relieved.  This  relief  lasts  for 
several  hours,  sometimes  for  days,  and  the  pain  grows  less  and  less  until 
the  cure  is  accomplished. 

It  is  in  this  disease  especially  that  “central  galvanization”  alone, 
without  making  any  application  whatever  to  the  diseased  part,  has  accom- 
plished such  striking  results. 

Prurigo. — If  electricity  could  do  nothing  more  than  relieve  the  itching 
of  prurigo,  it  would  be  entitled  to  an  honorable  place  in  the  armamentarian 
of  the  dermatologist.  Dry  faradization  alone  may  bring  relief  in  a very 
few  minutes,  and,  when  perseveringly  used,  may  cure.  We  have  seen  im- 
mediate relief  follow  general  faradization  used  in  the  ordinary  method 
with  wet  sponges.  In  this  disease  also  central  galvanization  alone  has 
in  our  hands  been  very  effective. 

Lichen. — We  have  had  no  opportunity  to  treat  a marked  case  of  lichen; 
but  there  is  every  probability  that  electricity  would  accomplish  as  much 
in  this  affection  as  in  the  other  symptoms  of  the  so-called  dartrous 
diathesis. 

AncEsthesia. — For  the  curable  cases  of  cutaneous  antesthesia,  faradiza- 
tion is  a specific,  if  any  remedy  can  be  said  to  be  a specific  for  anything. 
Even  cases  that  depend  on  incurable  central  lesion  may  impro'^e  very  de- 
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cidedly  undei  treatment.  In  cases  of  paralysis  of  motion  and  sensation, 
the  sensation  may  be  partially  or  completely  restored  under  electrical 
treatment,  even  when  the  loss  of  motion  remains  unchanged. 

AnfEsthesia  is  a condition  for  which  the  electric  brush  is  particularly 
indicated.  ^ 

Acne.—li  we  were  to  judge  from  our  own  limited  experience  in  the 
treatment  of  acne,  we  could  not  speak  very  encouragingly. 

Liebig  and  Rohe  speak  favorably  of  the  effects  of  the  dry  faradic  brush 
in  those  cases  where  there  are  many  comedones  and  few  pustules,  and  Hayes 
has  seen  good  results  follow  electrolysis. 

Acne  Jiosacea.—^Nh&th.er  acne  rosacea  is  different,  pathologically,  from 
ordinary  acne  or  not,  it  certainly  yields  better  to  electric  treatment.  On 
the  theory  that  the  disease  may  depend  in  some  way  on  the  digestive  or- 

gans,  central  galvanization  may  be  tried  in  connection  with  local  treat- 
ment. 


External  treatment  demands  a current  of  from  5 to  lo  milliamperes 

but  in  the  use  of  the  needles  from  i to  3 milliamperes  are  sufficient. 

Psoriasis,  and  Pityriasis,  in  their  relation  to  electro-therapeutics,  may 

be  divffied  into  two  classes:  (i)  Those  cases  that  are  benefited  up  to 

a certain  point.  (2)  Those  cases  that  receive  but  little,  if  any,  benefit 

Judging  from  our  own  observations,  we  should  say  that  the  latter  class 

( ose  who  do  not  yield  at  all)  are  in  the  minority.  Some  cases  progress 

verj^  slowly,  and  need  months  of  treatment.  The  negative  pole  of  the  eal- 

vanic  current  seems  to  be  more  efficacious  in  this  disease  than  any  other 

WV.  ° 1 economizing  time,  however,  we  frequently  use 

both  poles,  with  broad  electrodes.  ^ ^ 

The  results  have  not  been  very  satisfactory.  Even  when  decided  im- 
p ovement  takes  place  under  long  treatment  relapses  may  occur,  and  the 
cure  has  never  in  our  hands  been  complete. 

galv^fficTu^el^.^^™"'''''  ringworm  is  as  a rule  much  benefited  by  the 
nized  disease  of  the  skin,  usually  so  obstinate  to  recog- 

'vere  very  JicZT  7 galvanization  of  the  sympathetic 

time  tre7fPr1  t ^ Dr.  Piffard  and  for  a 

a decidedly  blLfidaTek'^cT^  persevering  use  of  the  galvanic  current  had 

Melanoderma.— chemic  or 
chromatoeeno°"  ° t e galvanic  current  is  theoretically  indicated  in 
of  thrskfn  ^ or  pigmentary  diseases.  With  leucoderma  or  whiteness 
ments  so  ^''''hurn,  and  in  lentigo  or  freckles,  no  experi- 

Hoboicen  ha<;  T h>r.  Wm.  R.  Fisher,  of 

28  ^ melanoderma  of  the  face  by  the  galvanic 
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current,  and  gained  a complete  cure.  The  spot,  which  was  about  half  an 
inch  in  breadth  and  three-quarters  of  an  inch  long,  looked  like  a spot  of 
mud  on  the  cheek.  Through  the  courtesy  of  Dr.  Fisher  we  had  oppor- 
tunity to  see  this  case  both  during  the  process  of  the  treatment  and  after 
recovery. 

Elepharitiasis. — In  the  earlier  issues  of  this  work  we  reported  a case 
of  elephantiasis  where  much  temporary  relief  followed  electric  treatment. 
No  other  case  has  fallen  under  our  observation,  and  it  is  not  probable  that 
electricity  has  much  power  over  the  disease.  Reference  should,  however, 
be  made  to  the  experience  of  Dr.  Aranjo,  a South  American  practitioner, 
who  treated  many  cases,  mostly  by  electrolysis,  and  claimed  to  have  cured 
one  case  after  five  years  of  effort. 

Alopecia. — In  this  condition,  local  galvanization  has  been  used  with 
some  benefit.  Our  own  observations  in  this  particular  affection  have  not 
been  very  extensive. 

The  question  that  has  been  often  asked  us,  whether  parasites  on  the 
skin  can  be  killed  by  a current  that  the  patient  can  easily  bear,  we  are  un- 
able to  answer,  but  that  they  can  sometimes  be  destroyed  by  cataphoric 
action  is  probable. 

Tinea. — In  this  parasitic  disease  of  the  skin  the  cataphoric  action  of 
the  galvanic  current  has  been  successfully  used  by  Charon  and  Gevaert, 
of  llrussels.  Reynolds  * also  reports  favorable  results  by  this  method. 
The  best  solution  for  the  cataphoric  electrode  would  appear  to  be  the 
bichloride  of  mercury. 

Jfyperidrosis. — Hyperidrosis  is  said  to  be  a functional  disorder  of  the 
sweat  glands,  but  in  its  unilateral  form  at  least  it  would  seem  rather  to  be 
dependent  on  some  disturbance  of  the  sympathetic.  Cases  reported  by 
Seguin  f and  by  Ebstein  J and  ourselves  point  to  this. 

Permanence  of  the  Results.-— \:\\&  very  natural  question,  whether  the  re- 
sults obtained  by  electricity  in  diseases  of  the  skin  are  more  permanent 
than  those  obtained  by  ordinary  methods,  the  future  must  answer,  lhat 
relapses  may  occur  after  a cutaneous  disease  has  even  yielded  to  electiic 
treatment,  already  has  been  demonstrated.  To  what  extent  central  galvani- 
zation and  genereal  faradization  combined  with  local  treatment  can  con- 
trol the  diathesis  must  be  ascertained  by  patient  and  persistent  experiment. 

That  the  results  of  electric  treatment  are,  to  say  the  least,  as  perma- 
nent as  those  derived  from  the  accepted  methods,  and  that  after  the  ac 
cepted  methods  have  partially  or  entirely  failed,  electricity,  either  alone 
or  in  conjunction  with  the  accepted  methods,  may  succeed,  we  have  satis 
factorily  established. 

* “ A New  Method  on  the  Treatment  of  the  Vegetable  Parasitic  Diseases  of  the  Skin. 

■)■  American  Journal  of  Medical  Sciences,  October,  1872. 

i Virchow’s  Archiv,  1875,  Bd.  Ixii.— quoted  by  Eulenburg  and  Guttman. 

§ New  York  Medical  Record,  August,  1895. 
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Superfluous  Hairs.— T\\-sX  hairs  can  be  successfully  and  permanently 
removed  by  electrolysis  is  now  an  established  fact.  The  appliances 
necessary  are  a pair  of  tweezers  to  seize  the  hair,  an  exceedingly  fine 
irido-platinum  needle,  and  a needle-holder  (Fig.  134)  which  is  to  be  con- 
nected with  the  negative  pole  of  the  battery.  The  patient 
being  seated  in  a high  reclining  chair  and  exposed  to  a 
good  light,  the  operator  seizes  the  hair  with  the  tweezers 
held  in  one  hand,  while  with  the  other  the  needle  is  intro- 
duced by  the  side  of  the  hair  into  the  follicle.  The 
patient  then  applies  the  positive  pole  to  the  palm  of  her 
hand.  In  a few  seconds  some  hypersemia,  followed  by  a 
slight  blanching  and  a little  froth,  will  appear  around  the 
needle,  and  in  from  twenty  to  forty  seconds  the  hair  be- 
come loose  in  the  follicle  and  is  readily  withdrawn.  The 
current-strength  should  be  just  sufficient  to  do  the  work. 

Approximately,  from  one-half  to  two  milliamperes  will 
answer  the  purpose. 

The  pain  is  but  slight,  and  if  the  work  is  skilfully 
done  but  little,  if  any,  scarring  will  follow. 

In  a case  referred  to  us  by  Dr.  Coutant,  of  Tarrytown, 

N.  Y.,  we  removed  in  the  course  of  a year  several  thou- 
sand hairs,  with  the  result  of  rendering  presentable  a face 
that  would  otherwise  have  been  almost  entirely  covered 
with  hair. 

“ A difference  of  opinion  exists  as  to  the  effects  of 
the  electrolysis  upon  the  finer  hairs  which  are  not  re- 
moved. It  is  a matter  of  importance  to  know  whether 
the  removal  of  the  coarser  hairs  upon  a woman’s  lip  or 
chin  does  or  does  not  stimulate  the  growth  of  the  finer 
ones,  and  yet  it  is  a question  not  easily  determined.  In 
some  cases  the  unknown  cause  of  the  growth  is  still  active 
and  there  is  a marked  tendency  of  the  finer  hairs  to  become 
longer  and  coarser.  In  such  cases  the  patient  usually  be- 
lieves that  pulling  out  or  cutting  off  the  hairs  increase  the 
growth.  I am  skeptical  on  this  point,  as  I have  seen  so  Fm.  134.  — Epiia- 
many  cases  where  the  growth  has  steadily  increased  wtoNeedfe^'^ 
a t ough  the  patient  has  never  cut  or  pulled  a single  hair, 
n a large  proportion  of  cases,  on  the  other  hand,  the  unknowm  cause 
de  has  ceased  to  act,  and  the  removal  of  the  abnormally 

^eye  ope  hairs  leaves  the  face  permanently  free.  As  the  growth  of 
. undoubtedly  the  result  of  a perverted  action  of  the  nerves 
bl  th  ^ control  the  nutrition  of  the  hair  bulbs,  it  would  seem  plausi- 
rest  electric  current  would  prove  a healthy  stimulus  to  the  part,  and 

ore  t e normal  function  of  these  nerves.  But  this  is  mere  theory.  As 
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a matter  of  fact,  I have  observed  in  several  cases  where  the  tendency  to  an 
increased  growth  of  the  downy  hairs  has  been  marked,  that  the  removal  of 
the  coarser  hairs  has  been  followed  by  a cessation  of  this  morbid  ten- 
dency. I believe,  therefore,  that  if  the  use  of  electrolysis  in  the  removal 
of  coarse  hairs  has  any  efEect  whatever  upon  the  development  of  the  finer 
ones,  that  this  effect  is  beneficial.”  * 

* “ The  Use  of  Electricity  in  the  Removal  of  Superfluous  Hairs,”  etc.,  by  Geo.  Henry 
Fox,  M.D. 


CHAPTER  XXIV. 

DISEASES  OF  THE  ORGANS  OF  DIGESTION. 


Among  the  diseases  or  symptoms  of  disease  of  the  organs  of  digestion 
for  ^\hich  electricity  has  been  employed  with  more  or  less  success,  are 
dyspepsia,  jaundice,  constipation,  chronic  diarrhoea,  gastralgia,  abdominal 
neuralgia,  vomiting  or  regurgitation,  and  flatulence. 

Electro-Diag7iosis.—lxx\\.2.\A&  conditions  of  the  stomach,  liver,  and  in- 
testines are  sometimes  revealed  by  their  sensitiveness  to  the  elec’tric  cur- 
rent. Pains  must  be  taken  to  distinguish  the  sensitiveness  of  the  skin 
from  that  of  the  internal  organs. 

Irritability  or  ulceration  of  the  large  intestines  is  sometimes  indicated 
in  a very  marked  manner.  For  the  diagnosis  of  the  diseases  of  these 
organs,  the  faradic  current,  on  account  of  its  superior  mechanic  effects 
is  preferable  to  the  galvanic.  ' 

In  nervous  dyspepsia  there  is  frequently  a peculiar  and  very  unpleas- 
ant tenderness  in  the  epigastric  region,  so  that  only  a very  mild  current 
can  be  borne.  In  some  cases  a thrill,  with  a sinking  sensation,  is  felt 
when  the  electrode  with  a strong  current  is  passed  down  the  spine ; in 
ot  er  cases  the  application  of  a strong  current  at  the  cilio-spinal  centre 
or  on  the  crown  of  the  head,  causes  a feeling  of  nausea.  The  spinal  irri- 
tation, on  which  nervous  dyspepsia  so  frequently  depends,  is  indicated  by 

en  emess  of  the  dorsal  vertebra,  as  revealed  by  pressure  or  application 
of  the  current. 


Gefieral  Principles  of  Electric  Treatment.— Electric  treatment  is  service- 
a e in  the  diseases  of  the  organs  of  digestion  in  two  ways:  First  by  im- 
proving the  nutrition  of  the  tissues  of  the  organs;  secondly,  by  improving 
sv!f”  mi"  the  brain,  spinal  cord,  sympathetic,  and  entire  nervous 
Z 1 influence  on  the  nervous  system  may  be  obtained  by 

central  galvanization,  and  by  general  faradization. 

bv  'mechanic  influence  on  the  tissues  of  the  viscera  may  be  obtained 
tanf  ocalized  faradization.  A fundamental  fact  of  great  impor- 

annlt/^^  ^ treatment  of  disorders  of  the  digestive  tract  is  this,  that  for 
and  utLuT^th^  abdominal  viscera,  stomach,  spleen,  liver,  intestines, 
reason  f faradic  current  is  usually  preferable  to  the  galvanic.  The 

cles  faradic  current  acts  more  vigorously  on  the  mus- 

effects  ^ therefore  produces  more  powerful  mechanic 

ects,  with  passive  exercise  of  all  the  deep  tissues.  It  may  be  safely 
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said,  then,  that  we  know  of  no  treatment  more  sure  to  relieve  the  leading 
and  concomitant  phenomena  of  nervous  dyspepsia  than  general  faradization 
and  central  galvanization.  In  connection  with  this  we  sometimes  use  gal- 
vanization of  the  sympathetic,  the  pneumogastric,  and  spine.  General 
faradization  relieves  nervous  dyspepsia,  not  so  much  by  the  virtue  of  its 
influence  on  the  stomach — although  it  directly  affects  the  stomach — as  by 
its  influence  on  the  nervous  condition  of  which  the  dyspepsia  is  a symp- 
tom. 

The  number  of  our  cases  in  which  dyspepsia  was  tlie  only  symptom  is 
comparatively  small ; the  number  in  which  it  was  a prominent  accompany- 
ing symptom  is  quite  large.  Most  of  the  cases  of  hysteria,  nervous  ex- 
haustion, and  hypochondriasis,  and  very  many  of  the  cases  of  neuralgia 
and  paralysis,  were  more  or  less  complicated  with  dyspeptic  symptoms. 
Relief  of  dyspepsia  is  one  of  the  earlier  signs  of  improvement  under  elec- 
trization, even  when  treating  cases  in  which  it  is  merely  an  incidental  con- 
dition. 

The  stomach  and  liver  maybe  indirectly  galvanized  through  the  pneu- 
mogastric in  the  neck;  the  stomach,  liver,  spleen,  kidneys,  and  intestines 
may  be  directly  faradized  by  applying  large  electrodes  with  very  fine  pres- 
sure over  the  back  and  abdomen,  so  as  to  pass  the  current  directly  through 
the  organ  that  we  wish  to  affect.  Except  in  cases  of  disease,  these  organs 
will  bear  strong  currents  without  severe  discomfort.  Either  stable  or  la- 
bile applications  may  be  used,  without  regard  to  the  direction  of  the  cur- 
rent, from  three  to  ten  minutes,  or  even  longer. 

In  connection  with  nervous  dyspepsia,  we  find  associated  atony  of  the 
stomach.  Atony  of  the  stomach  cannot  exist  for  a long  time  without  de- 
veloping into  dilatation.  For  the  purpose  of  stimulating  to  contiaction 
the  muscular  coats  of  the  stomach,  electricity  is  manifestly  the  very  best 
agent  at  our  command.  liy  stimulating  contraction  and  relieving  the  dila- 
tation, we  directly  aid  in  overcoming  the  atony,  the  primary  cause  of  all 
the  subsequent  difficulty.  Although  the  galvanic  current  is  recommended 
by  some,  who  give  very  definite  instructions  as  to  the  method  to  be  em- 
ployed, the  faradic  current  is  to  be  preferred.  External  applications,  al- 
though sometimes  of  service,  are  too  frequently  inefficient,  and  more  active 
and  direct  treatment  should  be  resorted  to.  Applications  should  be  made 
directly  to  the  interior  of  the  stomach  by  means  of  olive-shaped  electrodes, 
fashioned  in  the  bipolar  form. 

The  induced  currents  of  quantity  are  far  more  effective  in  these  mtei- 

nal  applications  than  those  of  tension. 

Prognosis. — For  the  temporary  or  permanent  relief  of  nervous  dyspep 
sia,  the  prognosis  under  the  treatment  above,  indicated  is  exceedingly 
vorable,  and  the  results  obtained  by  general  faradization  and  centra  ga - 
vanization  alone  are  some  of  the  most  remarkable  in  therapeutics.  Case 
of  nervous  dyspepsia,  with  their  manifold  complications,  are  on  the 


ORGANS  OF  DIGESTION. 


439 


the  best  tests  that  can  be  offered  for  this  method  of  treatment.  Not  only 
are  the  purely  dyspeptic  symptoms  relieved,  but  there  is  great  improve- 
ment in  sleep,  and  in  strength  of  muscle  and  brain,  and  in  some  cases  very 
marked  increase  in  weight.  Relapses  are  not  unfrequent  in  this  disease, 
especially  under  bad  hygiene;  for  with  many  the  tendency  to  nervous  dys- 
pepsia is  hereditary,  and  is  continually  liable  to  manifest  itself. 

Constipation,  Chronic  Diarrhosa,  and  Jaundice. — Constipation,  associated 
with  and  constituting  a part  of  nervous  dyspepsia,  is,  like  dyspepsia,  dis- 
posed to  yield  rapidly,  and  often  permanently,  to  electrization.  Next  to 
insomnia,  it  is  the  symptom  first  to  yield,  after  general  faradization  is  used, 
even  though  there  may  be  subsequent  relapse.  Very  many  of  the  cases  re- 
lated under  dyspepsia,  hypochondriasis,  hysteria,  and  nervous  exhaustion, 
were  to  a greater  or  less  extent  troubled  with  constipation,  even  when  this 
symptom  was  not  specified;  and  in  the  majority  of  cases  there  was  impor- 
tant relief. 

The  relief  is  sometimes  merely  temporary;  relapses  are  most  likely  to 
occur  in  those  cases  that  are  of  a hereditary,  or  at  least  life-long  character. 

It  not  unfrequently  happens  that  a strong  application  is  followed  the 
next  or  even  the  same  day  by  a freer  alvine  discharge  than  usual.  Con- 
stipation, much  more  frequently  than  is  supposed,  depends  on  an  irritable, 
exhausted,  or  congested  condition  of  the  spinal  cord.  That  myelitis  and 
the  more  serious  lesions  of  the  spinal  cord  are  accompanied  by  a deranged 
condition  of  the  bowels,  either  constipation  or  diarrhoea,  is  fully  recog- 
nized; It  IS  not,  ho-wever,  so  well  understood  that  spinal  irritation,  even 
in  Its  milder  degrees,  may  have  constipation  for  one  of  its  symptoms,  and 
that  this  symptom  will  disappear  with  the  removal  of  the  cause,  by  treat- 
ment directed  to  the  spine.  For  those  cases  that  result  from  incurable 
isease  of  the  brain  or  spinal  cord  only  temporary  relief  can  be  obtained, 
n such  cases  relapse  usually  occurs  as  soon  as  the  treatment  is  discon- 
inue  . Very  obstinate  and  life-long  cases  of  constipation  sometimes  are 
not  enefited  by  any  form  of  electric  treatment. 

Electrization  may  be  said  to  relieve  constipation  in  several  different 
ways : 

^ I.  Ly  its  general  tonic  effects  on  the  system  at  large,  on  the  same 
principle  that  it  relieves  nervous  dyspepsia. 

th'  tonic  effects  on  the  central  nervous  system,  and  especially 

e spinal  cord.  On  account  of  the  fact  that  very  many  cases  of  con- 

s ipation  depend  on  a morbid  condition  of  the  cord,  special  attention 

ou  e given  to  the  spine,  whatever  may  be  the  method  of  electrization 
employed. 

tion^  f^vi  effects  on  the  organs  of  digestion.  The  mechanic  ac- 

inte  r ^ ^ current  especially  gives  tone  to  the  stomach,  liver,  and 

markedly  increases  the  hepatic  and  intestinal  secretions,  and 
e peristaltic  action  of  the  intestines.  The  galvanic  current  is  also 
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frequently  efficient.  By  introducing  the  negative  electrode  and  using  from 
one  to  two  inilliamperes  without  current  interruption  for  two  or  three  min- 
utes, some  cases  will  respond  immediately. 

In  jaundice  the  results  of  our  experience  have  been  more  favorable 
than  the  reverse.  In  chronic  diarrhoea  we  have  succeeded  in  a number  of 
striking  instances. 

The  treatment  of  all  these  conditions  is  worthy  of  far  more  attention 
than  it  has  thus  far  received  from  electro-therapeutists. 

In  some  cases  of  very  obstinate  constipation  it  is  of  advantage  to  local- 
ize the  current  by  internal  applications.  This  may  be  accomplished  by 
means  of  a rectal  electrode  (Figs.  135,  136).  This  may  either  be  non- 


Fig.  135. — Unipolar  Rectal  Electrode  tKidder). 


Fig.  136. — Bipolar  Rectal  Electrode  (Kidder). 


insulated,  or  insulated  up  to  a point  near  the  tip,  and  may  be  double  or 
single.  A very  powerful  current  may  be  borne  in  the  rectum  without 
discomfort.  The  other  pole  maybe  applied  at  different  points  over  the 
abdomen. 

Jlcus  {Jnvagmation). — We  recently  treated  a case  where  powerful  fara- 
dization availed  to  cure  constipation  when  the  ordinary  remedies  had  been 
tried  in  vain.  The  negative  pole  was  applied  to  the  spine,  and  the  posi- 
tive passed  over  the  abdomen  in  the  region  of  the  large  intestine.  In  a 
few  moments  very  abundant  evacuation  appeared. 

Dr.  Clemens,  of  Frankfort,  states  that  he  has  successfully  treated  in- 
vagination by  first  administering  one  or  two  tablespoonfuls  of  metallic 
mercury,  which  settled  down  to  the  seat  of  the  invagination.  The  nega- 
tive electrode  was  applied  over  the  supposed  seat  of  the  disease,  and  the 
positive  in  the  rectum.  Voltaic  alternatives  were  used.* 

That  the  opposite  symptoms— diarrhoea  and  constipation — are  treated 
successfully  by  electricity  need  surprise  no  one  who  thoroughly  compre- 
hends the  fact  that  electric  treatment  improves  nutrition  and  so  may  be 
used  to  combat  any  diseases  that  depend  on  depraved  nutrition,  whatever 
the  symptoms  by  which  the  depraved  nutrition  manifests  itself. 


* Althaus,  op.  cit.,  p.  603. 
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Regurgitatio?i  and  Vomiting. — For  those  cases  of  vomiting  that  are  of 
an  obviously  nervous  character,  galvanization  of  the  sympathetic  and  pneu- 
mogastric,  or  strong  faradization  through  the  stomach,  is  sometimes  of 
important  service.  Successful  results  have  been  obtained  by  Pepper  and 
Bricheteau.  The  latter  treated  with  success  several  cases  of  vomiting  of 
pregnancy.  His  method  of  application  was  to  place  the  electrodes  on  the 
epigastrium  at  the  commencement,  middle,  and  close  of  the  meal. 

It  is  well  in  such  cases,  especially  if  they  are  obstinate,  to  try  a vari- 
ety of  methods  : galvanization  of  the  sympathetic  and  vagus,  and  of  the 
spine,  faradization  through  the  stomach  with  a strong  stable  current  and 
general  faradization.  ’ 

Flatulence.~Y\zXv\&x,c^  is  a symptom  of  disorder  of  the  digestive  or- 
gans that  very  readily  yields  to  electric  treatment.  It  demands  the  same 
treatment  as  dyspepsm  and  constipation.  Those  very  frequent  cases  that 
depend  on  spinal  irritation  and  congestion,  and  on  hysteria,  need  central 
galvamzaDon  or  general  faradization;  cases  that  depend  on  an  attack  of 
acute  indigestion  may  be  advantageously  treated  by  internal  applications 

one  pole  being  applied  to  the  rectum  by  the  rectal  electrode,  and  the  other 
to  the  spine  or  abdomen. 

Flatulence  was  a symptom  in  very  many  of  our  cases  of  dyspepsia 

ysteria,  and  spinal  irritation,  and  almost  uniformly  it  temporarily  or  per- 
manently yielded.  R 

Intragastric  Electrization.— Oi  late  intragastric  electrization  has  been 
Avannly  recommended  by  Dr.  Max  Einhorn,  of  New  York.  According  to 
IS  writer,  the  method  of  procedure  is  as  follows:*  When  fasting  or 


about  an  hour  after  a light  breakfast, 
the  patient  drinks  a glass  of  water  and 
then  swallows  the  electrode,  which  is 
so  constructed  that  no  metal  touches 
the  tissues,  the  current  being  trans- 
mitted through  the  holes  in  the  hard- 
rub  oer  covering  and  through  the  water 
to  the  stomach.  The  other  electrode 
is  applied  externally. 


* New  York  Medical  Journal,  July  8th,  1893. 
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With  regard  to  the  value  of  intragastric  electrization,  Einhorn  con. 
eludes  as  follows ; 

1.  Direct  gastro-electrization  is  a potent  agent  in  the  field  of  chronic 
(non-malignant)  diseases  of  the  stomach. 

2.  Gastro-faradization  appears  especially  useful  in  most  cases  of  dila- 
tation of  the  stomach  and  enteroptosis ; further,  in  atonic  conditions  of 


Fig.  138.— The  Ball  Appar- 
atus of  the  Gastrograph. 
(Natural  size.) 


Fig.  139.— Cros.s-Section  of  the  Ball,  showing  interior 
construction.  (Enlarged  three  and  a half  times.) 
a,  The  two  hemispheres ; the  spiked  ball ; c,  the 
platinum  ball. 


the  cardia  (ructus)  and  pylorus  (presence  of  larger  amounts  of  bile  in  the 
stomach),  and  in  chronic  gastric  catarrh  (gastritis  chronica  glandularis). 

3.  Gastro-galvanization  is  almost  a sovereign  means  for  co;nbating  se- 
vere and  most  obstinate  gastralgia,  no  matter  whether  their  origin  is  of  a 
nervous  nature  or  caused  by  a cicatrized  ulcer  of  the  stomach. 

4.  Gastro-galvanization  exerts  also  a favorable  influence  on  several 
affections  of  the  heart  complicated  with  gastralgia. 

With  a view  of  determining  the  mechanical  action  of  the  stomac 
Einhorn  has  devised  the  “Gastrograph.”  The  whole  apparatus  com- 
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prises:  i.  The  ball  (being  the  principal  part).  2.  A few  electric  cells. 
3.  The  ticker. 


The  ball  (Fig.  139)  consists  of  two  hollow  metallic  hemispheres  (a), 
which  are  screwed  together;  within  it  is  lodged  and  attached  to  the  upper 
hemisphere,  but  perfectly  insulated  from  the  same  at  the  attachment,  an- 
other ball  provided  with  spikes  {l>)  radiating  in  all  directions,  but  not 
touching  the  inside  walls  of  the  hemispheres;  another  very  small  plati- 
num ball  {c)  lies  within  the  large  ball  and  can  freely  move  in  all  direc- 
tions, knocking  at  the  spikes  (see  Fig.  i39)-  Two  insulated  wires — one 
connected  with  the  hollow  ball,  the  other  with  the  spiked  ball — are  en- 
cased in  a very  fine,  thin  rubber  tube,  forming  the  cable,  and  separate  at 
the  end  into  two  branches,  which  must  be  attached  to  an  electric  battery. 

As  soon  as  the  platinum  ball  touches  one  of  the 
spikes  an  electric  circuit  is  made;  as  soon,  how- 
ever, as  the  platinum  ball  moves  a little  aside 
and  does  not  touch  the  spike  any  more,  the  cur- 
rent is  broken.  At  each  motion  of  the  ball 
apparatus  a rolling  of  the  little  platinum  ball 
takes  place  and  the  electric  current  is  either 
closed  or  broken.  When  the  apparatus  is  a 


Pig.  140. 


Fig.  141. 


Einhorn’s  Gastrodlaphane  for  Transillumination  of  the  Stomach. 


rest  there  is  no  change  in  the  current.  In  connecting  the  “ticker”  with 
e battery  and  the  ball,  each  motion  of  the  latter  will  be  recorded  on  the 
paper  m showing  the  “breaks”  and  “makes”  of  the  current. 

f the  ball  is  swallowed  and  brought  into  the  stomach,  the  motions  of 
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it — which  are  caused  by  the  active  and  passive  motions  of  the  stomach— i 
can  be  recorded  in  the  same  way  as  described. 

The  gastrodiaphane  (Figs.  140,  141)  consists  of  a soft-rubber  tube,  at 
the  end  of  which  is  fastened  an  Edison  lamp  of  hard  glass  by  means  of  a 
small  metal  mounting ; conducting  wires  run  to  the  battery ; at  some  dis- 
tance from  the  rubber  tube  there  is  a current-interrupter.  The  insertion 
of  this  apparatus  into  the  stomach  is  no  more  difficult  than  that  of  the 
ordinary  tube  alone.  The  patient,  in  a fasting  condition,  drinks  one  to 
two  glasses  of  water,  and  thereupon  the  apparatus,  lubricated  with  glycerin, 
is  inserted.  The  examination  must  take  place  in  a dark  room.  The  out- 
lines of  the  stomach  are  visible  as  a reddish  zone  on  the  abdomen. 

1.  It  enables  the  operator  to  recognize  quickly  a dilatation  of  the 
stomach. 

2.  The  condition  called  gastroptosis  can  with  certainty  be  pointed  out. 

3.  One  is  enabled  to  perceive  tumors  or  thickenings  of  the  front  wall 
of  the  stomach  by  their  lack  of  translucency.* 

* New  York  Medical  Journal,  December  3d,  1892. 


CHAPTER  XXV. 

DISEASES  OF  WOMEN. 

^ In  a work  such  as  this— devoted  generally  to  the  subject  of  electricity 
in  medicine— It  is  manifestly  impossible  to  go  into  a minute  detailed  de- 
scription of  the  principles  and  methods  that  govern  the  use  of  this  agent 
in  gjneco  ogy.  The  literature  pertaining  to  the  subject  has  accumulated 
beyond  measure  Much  if  not  most  of  it  is  simply  a restatement  of  the 
rst  original,  really  valuable  contributions  to  the  subject,  and  not  a little 
of  It  IS  valueless  from  the  standpoint  of  correct  clinical  observation. 

hree  things  have  combined  in  placing  upon  a better  foundation  the  elec- 
tro-therapeutics of  the  diseases  of  women. 

ist.  The  milliameter.  2d.  A more  correct  knowledge  of  the  physi- 
cal,  physiologic,  and  chemic  action  of  the  different  forms  of  electricity  ind 
a better-  appreciation  of  the  differential  indications  for  their  use.  ^td.  A 
nowledge  of  better  methods  of  overcoming  the  external  resistance  of  the 
ody,  thus  enabling  us  to  localize  internally  currents  of  far  greater  strength 
an  was  before  possible.  In  applying  the  galvanic  current  internally,  the 
milliameter  is  not  only  necessary  but  is  absolutely  indispensable.  In  ex- 

dosage  generally  given  is  much  smaller,  the 
sensation  of  the  patmnt  is  something  of  a guide,  and  one  may  often  venture 
and  do  safe  work  without  this  indicator  of  current  strength.  In  applica- 

itv  Jr  h ^ ^"=t"°-P^^^dire,  by  metal  electrodes  to  the  uterine  cav- 

ty,  or  by  the  method  of  interstitial  electrolysis  the  case  is  widely  different 

miLTetr  ThJ^  the  patient  affords  but  a poor  guidance,  and  without  his 
The  currTnr  ^"^jects  himself  to  the  - caprice  of  hazard.” 

galvanTJ  LT  ; r revolutionizing  the 

Luenesfnf"’  by  substituting  mathematical  accuracy  for  the 

vagueness  of  empiricism. 

the  appreciate  better  the  differential  action  of 

galv  negative-through  which  we  get  in  the 

the  acids  especially  a double-edged  weapon.  At  the  positive  pole 

and  nn  is  liberated.  It  is  therefore  hmmostatic 

I-  -^--tions,  hemor: 

and  nrnrl  ^orrhoeal  discharges  the  positive  pole  is  mainly  indicated 
and  produces  results  both  immediate  and  remote. 

ties  and  hemorrhage  through  its  coagulating  proper- 

‘es,  and  secondarily,  its  tendency  is  to  prevent  further  heLrrhage  on  aC 
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count  of  the  retractibility  of  the  cicatrices  left  by  the  action  of  the  pole. 
The  negative  pole,  on  the  contrary,  at  which  point  the  alkalies  accumulate 
and  the  hydrogen  is  liberated,  is  indicated  in  the  non-hemorrhagic  forms 
of  uterine  disease.  Its  action  is  stimulating  and  derivative.  It  has  spe- 
cial power  in  exciting  the  process  of  absorption — a process  which  often 
continues  long  after  the  current  ceases  to  flow. 

The  third  impulse  given  to  the  development  of  the  modem  treatment 
of  the  diseases  of  women  by  electricity  has  been  an  appreciation  of  the 
necessity  of  larger  doses  in  local  treatment  and  a practical  knowledge 
of  how  best  to  obtain  these  large  doses  with  the  limited  voltage  that  the 


Fig.  142.— Faradization  of  the  Uteru.s.  One  of  the  poles  is  connected  with  a bifurcated  elec- 
trode, one  branch  of  which  is  placed  on  the  lumbar,  and  the  other  on  the  hypogastric 
region.  The  other  pole  is  applied  in  the  cervix  Cor  at  the  os)  by  an  insulated  utenn 
electrode.  (The  normal  position  of  the  uterus  is  after  Wieland  and  Dubrisay. 

majority  of  physicians  have  at  command.  It  is  all  a question  of  resist- 
ance, and  Ohm’s  law  explains  it;  but  nevertheless  it  was  due  to  ApostoU 
that  difficulties  in  this  direction  have  been  overcome,  and  the  therapeutm 
possibilities  of  electricity  in  gynecology  immensely  enlarged.  In  tins 
country  certainly,  Engelmann  deserves  especial  credit  in  making  c ear 
Apostoli’s  ideas  in  the  rational  use  of  electricity  in  the  treatment  of  uter- 
ine disease.  . j 

Nearly  all  the  diseases  of  the  female  sexual  organs  have  been  trea 

with  a greater  or  less  degree  of  success  by  electricity.  Ihey  inc  uce 
disorders  of  menstruation,  considered  merely  as  symptoms  of  constitu  ion 
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disturbance  as  well  as  dependent  upon  local  disease,  leucorrhoea,  chronic 
pelvic  cellulitis,  uterine  hyperplasia,  sub-  and  super-involution,’  atrophy 
of  the  uterus,  displacements  and  prolapses,  ovarian  neuralgia  and  ovari- 
tis, peri-uterine  hiematocele,  stenosis  of  the  uterine  canal,  cystic  growths, 
fibroid  and  ovarian  tumors,  and  chronic  metritis  and  salpingitis. 

Treatment  of  Diseases  of  the  Uterus. — Local,  central,  and  general  treat- 
ment may  be  employed.  The  local  treatment  may  be  either  external  or 
internal. 

Exterfial  Externally,  the  uterus  and  its  appendages  may  be 

electrized  by  placing  one  pole  with  firm  pressure  over  the  hypogastric 
region,  and  the  other  over  the  lumbar  region  of  the  spine. 


Fig.  143.— Rockwell’s  Uterine  Electrode  (Kidder). 


Fig. 


144-— Uunningr’s  Flexible  Uterine  Electrode  (Kidder). 


Fig.  i45._Bipolar  Intra-Uterine  Os  Uteri  Electrode  (Galvano-Faradic  Mfg.  Co.). 

This  method  is  sometimes  as  effective  as  internal  applications  in  cer- 
tain cases  of  amenorrhoea  and  dysmenorrhoea  especially  and,  in  virgins  at 
leas  , should  always  be  tried  at  first.  In  this  method  benefit  is  derived 

current  on  the  lower  part  of  the  spinal  cord 
ana  the  abdominal  ganglia  of  the  sympathetic. 

Electric  currents  may  be  localized  in  the  female 
gans  o generation  in  a variety  of  ways.  One  pole  may  be  applied  to 
J means  of  an  insulated  electrode  with  a metallic  bulb  (Fig.  14^) 
hvD  ^ with  a broad  electrode,  is  applied  to  the  back,  or  on  the 

the  or  over  one  of  the  ovaries.  Instead  of  a metallic  bulb 

A ni^  electrode  may  be  composed  of  branches  to  clasp  the  cervix, 
posed^  stronger  current  can  be  borne  at  the  cervix  than  would  be  sup- 
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Treahnmt  of  the  Uterus  by  the  Faradic  Current. — Methods  of  faradizing 
the  uterus  are  represented  in  the  accompanying  cuts  (Figs.  148,  165). 

The  basis  of  the  instruments  represented  in  the  cuts  for  ordinary  intra- 
uterine applications  is  similar  to  Sims’ sound.  One  of  these  (Fig.  145) 
is  insulated  up  to  within  one-half  inch  of  the  extremity. 

It  represents  a double  intra-uterine  electrode  which  allows  one  pole  to 
act  on  the  uterine  canal  and  the  other  on  the  os  externum. 

Figs.  146  and  147  represent  the  two  forms  of  the  bipolar  electrodes  for 
intra-uterine  and  vaginal  applications  of  the  faradic  current.  For  infor- 


Kig.  146.— Apostoli’s  Bipolar  Intra-Uterine  Electrode  for  Faradic  Current. 


maiion  concerning  the  use  of  these  electrodes  and  the  remarkable  difference 
in  the  physiologic  and  therapeutic  effect  of  the  induced  currents  of  quantity 
and  tension  when  applied  to  the  vagina  and  uterus  by  the  method  of  bi- 
polar faradization,  the  reader  is  referred  to  the  section  devoted  to  this 
subject. 

It  is  simply  necessary  to  say  here  in  regard  to  the  method  that  both 
poles  are  localized  internally,  through  the  two  metal  surfaces  at  the  end 
of  each  electrode.  In  Fig.  148  the  bipolar  intra-uterine  electrode  is  seen 
in  position  with  the  positive  and  negative  attachments  at  its  lower 
extremity. 

The  Sinusoidal  Current.— Hhe  alternating  sinusoidal  current  applied 
in  the  uterine  cavity  is  thought  by  many  to  be  equal  if  not  superior  to  the 


Fig.  147. Apostoli’s  Bipolar  Vaginal  Electrode  for  Faradic  Current. 


ordinary  faradic  current.  As  compared,  however,  with  the  new  form  0 
high-tension  coil  it  does  not  seem  to  us  to  possess  advantages. 

Like  the  current  of  the  high-tension  coil  it  possesses  decided  value  m 
the  alleviation  of  uterine  pain,  but  it  frequently  fails  to  accomplish  m 
this  direction  the  good  that  comes  from  the  use  of  the  other. 

Concerning  these  internal  applications  of  the  different  currents  of  elec- 
tricity to  the  uterus,  it  may  be  remarked:  ...  , 4;. 

pirst. That  in  those  cases  where  local  treatment  is  indicated,  app  ^ 

cations  to  the  cervix  or  in  the  uterus  are  frequently  much  more  efficacious 
than  external  applications  even  with  the  strongest  currents.  For  tins 
son  it  is  necessary,  even  with  virgins,  to  insist  on  internal  treatmen  , 
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pec, ally  after  external  treatment  has  failed.  The  uterine  electrode  (Fis 
r«)  can  usually  be  introduced  into  the  vagina  as  readily  as  the  finger 

The  .ntra-uterme  electrode  can  be  introduced  with  or  without  the  aid 
of  a speculum. 

The  dispersing  electrode  may  be  applied  to  the  back  or  abdomen. 
5-W^..-Internal  electrization  is  not  so  painful  as  external.  Power- 
ful  currents  can  be  borne  at  the  cervix  and  in  the  uterus  for  a long  time 


Pig.  148.— Bipolar  Faradization  of  the  Uterus 

Thirdly Either  r ^ monger  and  more  painful,  is  applied  internally. 

E-itner  current  mav  be  used  rersi  • n ^ 

faradic  current  may  be  localized  in  the  uterus  ™ 

unipoia7s:d::^~iL“^ 


This  is  useful 


Fig.  149. -Unipolar  Vaginal  Electrode  (Kidder). 

Tvagtai  le?’’ (bipolar  method), 
n vaginal  leucorrhoea  and  prolapsus.  ^ 

hi  \sed-  \°he  f the  galvanic  or  faradic  currents 

"lore  than  chemic  ^effects^  a 1'"  cases  where  mechanical 

amenorrhoea.  Furthermore  th  Especially  is  this  the  case  in 

urthermore,  the  currents  may  be  stable  or  labile,  uniform 
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or  increasing,  according  to  the  indications.  Local  applications  to  the 
uterus,  whether  unipolar  or  bipolar,  external  or  internal,  may  be  continued 
for  from  five  to  fifteen  minutes.  Several  methods  may  be  tried  at  each 
sitting. 

Local  treatment  by  the  faradic  current  is  essentially  preventive  in  its 
action.  It  is  now  well  understood  that  the  great  majority  of  uterine  in- 
flammations are  due  to  circulatory  troubles  following  confinements  or 
abortions.  There  is  an  arrest  of  the  retrograde  metamorphosis,  stasis  of 
the  circulation,  and  subinvolution.  If  now  we  can  combat  this  slowness 
of  the  circulation  much  is  done  toward  preventing  subsequent  inflamma- 


tion, and  in  faradization  we  have  a remedy  which  does  this  most  effec- 
tually. It  calls  into  contraction  the  smooth  muscular  fibres  of  the  uterus, 
producing  a sort  of  interstitial  massage,  hurries  the  circulation,  acceler- 
ates the  absorption  of  exudation,  and  so  corrects  a languid  or  perverted 
nutrition.  The  high-tension  coil  also,  the  effects  of  the  current  from 
which  are  fully  discussed  elsewhere,  places  in  our  hands  a most  efficient 
weapon  in  overcoming  uterine  and  ovarian  pains  of  a non-inflammatory 
character. 

General  and  Central  Treatment.— very  many,  perhaps  the  majority 
of  cases  of  functional  disease  of  these  organs  require  general,  as  well  as 
localized  electrization.  There  is  no  department  in  which  so  many  mis- 
takes have  been  made  by  too  exclusively  local  treatment  as  in  that  of 
gynecology.  No  case  of  functional  disturbance  of  the  uterus  should  be 
abandoned  by  the  electro-therapeutist  until  he  has  faithfully  tried  general 
as  well  as  external  and  internal  localized  electrization.  To  treat  symp- 
toms of  central  or  constitutional  disturbance  by  merely  local  electrization 
is  illogical  in  theory  and  unsatisfactory  in  practice.  All  the  organs  of 
generation  in  woman  as  well  as  in  man  can  be  affected  by  galvanization 
or  even  faradization  cither  directly  or  reflexly  along  the  spine.  A strong 
evidence  of  the  beneficial  result  of  general  faradization  in  these  cases  is 
the  fact  that  patients  undergoing  treatment  frequently  remark  that  their 
menses  are  in  some  way  affected.  In  some  cases  they  are  brought  on 
before  their  time,  in  others  much  increased  in  quantity.  So  frequent  y 
does  this  happen  that  we  prefer  on  the  whole  to  suspend  the  treatment 
during  the  menstrual  periods  in  those  cases  where  no  therapeutic  effect 


is  desired  on  the  sexual  organs.  ^ t • n 

The  time  of  making  the  applications  is  not  unimportant.  It  is  a 
advantage,  in  amenorrhoea  at  least,  to  concentrate  as  many  applications  as 
possible  during  the  few  days  that  precede  the  appearance  of  the  mense  . 
And  yet  the  advantage  of  this  is  hardly  as  great  as  has  been  suppose  • 
The  great  thing  in  all  but  recent  and  temporary  cases  is  to  ’’emove 
anemia  or  chlorosis,  or  nervous  exhaustion  with  which  the  ’menstrual  d^- 
order  is  associated,  and  of  which  it  is  a prominent  factor.  Another  si  g 
gestive  consideration  is  that  the  menstrual  flow  may  be  brought  on 
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creased  through  reflex  action  by  localized  electrization  of  other  and  distant 
portions  of  the  body,  as  the  hands,  feet,  chest,  etc. 

Treat7tient  of  the  Uterus  by  the  Galvanic  Currettt.— As  in  the  use  of  the 
faradic  current  the  local  treatment  may  be  both  external  and  internal,  to- 
gether with  the  central  method  (central  galvanization),  which  is  to  the 
galvanic  what  the  general  method  (general  faradization)  is  to  the  faradic 

To  Apostoli,  of  Paris,  belongs  the  credit  of  boldly  overstepping  the 
bounds  thought  to  be  safe  in  treating  the  uterus  and  its  appendages  by 
the  galvanm  current  and  using  currents  of  great  power.  Hitherto,  one 
important  defect  in  the  treatment  of  various  uterine  diseases,  and  espe- 
cially morbid. growths,  has  been  the  use  of  too  weak  currents.  This  has 
een  due  partially  perhaps  to  a commendable  caution  in  dealing  with  an 
agent  so  potent  as  electricity,  but  more  to  our  lack  of  definite  knowledge 

1 accomplish  certain  ends,  and 

inability  to  readily  command  more  than  a certain  limited  working 
power  from  the  apparatus  in  ordinary  use.  A third  obstacle  was  the  ab 

mera^nd^^lh-'^f  accurately  meas- 

his  efforts  rh  ^ practically  insurmountable  in 

his  efforts  for  anything  like  uniform  results. 

has  overcome  this  difficulty 
IS  indispensable  in  all  electro-surgical  operations,  besides  being  a 


fig.  .5o.-Apostoli's  Platinum  Electrode  for  Galvano-Puncture  in  the  Treatment  of  Fibroid 

and  Cystic  Tumors. 

applications.  Instead  of  a strength  of  current 
which  ' 1?  niilliamperes,  which  was  commonly  used,  and 

which  indeed  was  all  that  could  be  obtained  from  the  appliances  in  use, 
w no  uncommon  thing  to  use  currents  even  of  several  hundred  de- 


Fig.  isi  Rockwell’s  Intra-Uterine  Electrode  for  Galvanic  Current. 


be^matLilrorth  Purpose  the  external  electrode  must  not  only 

ciently  flexible  t te  “I  "““able  size  and  suffi- 

which  it  covers  The  adjusted  to  every  inequality  of  surface 

directiv  in  ' . ^ strength  of  current  from  a given  number  of  cells  is 

o e s fif(vT"‘°h  a aerie 

clecMefof  l er"";  ” “ passed  through 

Size,  a strength  of  50  milliamperes,  electrodes  of 
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similar  pattern,  but  double  the  size  will  yield  a current  strength  of 
loo  milliainperes.  As  to  the  quality  of  the  electrodes — sponges  are 
too  bulky  and  offer  too  "great  resistance  when  our  object  is  strength  of 
current. 

As  a substitute,  Apostoli  uses  sculptor’s  clay  held  in  place  by  gauze 
(Fig.  153).  This  material  holds  moisture  fairly  well,  can  be  adapted  closely 
to  the  skin,  and  is  undoubtedly  an  admirable  electrode.  The  objection  to- 
day, however,  is  that  it  is  dirty  and  difficult  to  handle  without  soiling  the 
clothes  and  person  of  both  the  physician  and  patient.  To  overcome  this 
difficulty  and  thus  render  available  this  most  useful  material,  we  have  de- 
vised the  electrodes  illustrated  in  Figs.  158  and  159. 

These  electrodes  are  of  non-conducting  material  (hard  rubber)  and  are 
made  of  any  size.  The  bottom  of  the  disk  is  covered  with  block  tin. 
This  is  an  important  feature,  since  with  the  strong  currents  used  ordinary 
metallic  conductors  speedily  become  oxidized  at  the  positive  pole  and 
their  efficiency  impaired.  Block  tin  for  all  ordinary  purposes  is  practi- 
cally non-oxidizable.  When  wanted  for  use  the  electrode  is  simply  com- 
pletely filled  w'ith  the  moistened  clay  so  that  the  edges  of  the  disk  are  en- 
tirely covered.  With  an  electrode  of  this  kind  two  inches  in  diameter, 
one  can  readily  bear  50  to  75  milliainperes,  and  in  the  well-known 
law  that  the  greater  the  area  the  less  the  resistance,  we  have  only  to 
enlarge  our  electrode  to  obtain  with  the  same  electro-motive  force  an 
increased  current  strength  that  is  just  as  easily  borne,  since  it  is  distrib- 
uted over  a larger  area.  An  electrode  that  answers  well,  however,  for  the 
ordinary  purposes  of  local  application  consists  of  layers  of  absorbent 
cotton  spread  smoothly  over  flexible  metal  backs  of  varying  size  (Fig. 

154)- 

The  material  is  easily  obtained,  and  so  inexpensive  as  to  warrant  a 
fresh  supply  for  every  patient.  In  all  this,  reference  is,  of  course,  made 
to  the  external  electrode,  which  in  the  treatment  of  the  uterus  and  its  ap- 
jrendages  is  usually  placed  upon  the  abdomen. 

The  internal  electrodes  consist  mainly  of  a small  metal  or  carbon  bulb 
or  cup  attached  to  a long  insulated  stem  (as  in  Figs.  143  and  144),  for  appli- 
cations to  such  portions  of  the  uterus  as  can  be  reached  per  vaginam,  metal 
probe-electrodes  for  intra-uterine  applications  as  in  Figs.  151  to  157,  and 
needles  of  varying  sizes  for  electro-puncture  (Fig.  150).  It  should  ever 
be  borne  in  mind  that  when  the  positive  pole  is  applied  to  the  interior  of 
the  uterus  the  metal  used  should  be  of  some  non-oxidizable  metal,  such 
as  platinum  or  gold,  although  smooth  carbon  stems  are  also  used. 

Figs.  156  and  157  represent  two  improved  bipolar  intra-uterme  elec- 
trodes, the  first  with  platinum  olive  and  platinum-tipped  flexible  mult, 
and  the  other  with  plain  platinum  contacts,  but  in  other  respects  simi 
to  the  bipolar  electrode  for  the  faradic  current. 

Tnterstitial  or  Metallic  Electrolysis  in  Uterme  Interstitial  elec- 
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trolysis  as  systematized  by  Gautier  * is  a method  of  considerable  interest, 
and  although  it  may  not  and  very  likely  will  not  fulfil  the  expectations 
of  its  author  and  of  others  who  have  written  about  it,  yet  some  promising 
results  have  been  reported. 

By  this  method  the  chemic  action  of  the  positive  pole  is  utilized,  not 


Fig.  152.— Intra-Uterine  Electrode  for  Sectional  Cauterization. 


only  for  its  effects  upon  the  tissue  itself,  but  upon  the  metal  electrode — 
mainly  copper  or  zinc,  that  are  applied  directly  to,  or  inserted  into,  the 
diseased  part. 

In  this  way  new  salts  are  formed  and  deposited  in  the  tissues,  oxy- 
chloride of  zinc  when  zinc,  and  oxychloride  of  copper  when  copper  elec* 


Pig.  153.— ApostoH’s  Abdominal  Clay  Electrodes. 


trodes  are  used.  It  is  the  cataphoric  property  of  the  current,  however, 
which  carries  or  forces  these  salts,  the  product  of  electrolytic  action, 


Fig.  154.— Flexible  Metal  Electrode. 


through  the  surrounding  tissues  to  a greater  or  less  depth  according  to  the 
strength  of  the  current  and  length  of  treatment.  As  compared  with  the 
ordinary  method  of  galvano-cauterizaiion  the  experiments  of  Gautier  on 
rabbits  seemed  to  show  that  interstitial  or  metallic  electrolysis  with  copper 
electrodes  was  the  more  efficient  method  in  its  microbicidal  action. 

Figs.  163  to  164  illustrate  some  of  the  electrodes  used  in  interstitial 
e ectrolysis.  The  technique  of  this  treatment  is  similar  to  that  of  the 

Technique  d Electrotherapie,”  Revue  Internationale  d’Electrotherapie,  July,  1893. 
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galvano-caustic  treaiment  of  the  uterine  organs,  only  it  is  to  be  remem- 
bered that  while  in  the  last  method  either  pole  may  be  indicated,  in  the 
other  the  positive  is  always  the  active  pole.  The  strength  of  current  gen- 
erally to  be  recommended  varies  from  25  to  50  milliamperes,  and  the  best 


Fig.  155.— Fry’s  Intra-Uterine  Electrode  for  Stenosis. 


results  seem  to  have  been  obtained  in  uterine  hyperplasia,  in  tubal  in- 
flammations, and  in  pelvic  exudations.  Gautier  reports  excellent  results 
also  in  diseased  conditions  of  the  endometrium  where  gonococci  have  been 
found.  Intra-uterine  applications  by  this  method  should  be  infrequent, 


not  oftener  than  three  or  four  times  a month.  Cleaves  * reports  results 
that  have  been  retarded  by  too  frequent  applications. 

Amenorr/icea.— In  its  relations  to  those  three  cardinal  symptoms  of  de- 
ranged menstruation,  amenorrhoea,  dysmenorrhoea,  and  menorrhagia,  elec- 


FlG.  157. — Bipolar  Intra-Uterine  Electrode  for  Galvanic  Current. 


tricity  was  as  capricious  and  paradoxical  as  it  sometimes  proved  to  be  in 
its  application  to  certain  nervous  derangements. 

It  Avould  excite  the  menstrual  flow  when  absent,  decrease  it  when  pro- 
fuse, and  temporarily  and  sometimes  permanently  relieve  the  pain  that 
might  be  attendant  upon  these  conditions,  and  then  again  in  other  cases 
would  fail  utterly  to  accomplish  what  previous  experience  had  given  us 
every  reason  to  expect.  Its  action  was  a seeming  paradox,  in  that  it  re- 
lieved diametrically  opposite  conditions,  and  was  capricious  because  at 

one  time  it  would  relieve,  and  at  another  fail  to  do  so.  ^ ^ 

As  a matter  of  fact,  however,  the  remedy  is  neither  capricious  nor 

paradoxical  in  its  action. 

* Transactions  American  Electro-Therapeutic  Association,  1893. 
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It  works  in  accordance  with  certain  fixed  laws,  and  its  chemic  activity 
is  under  such  perfect  control  that  it  will  perforin  for  us  the  exact  measure 
of  work  desired,  so  that  now,  with  our  better  knowledge  of  its  physics  and 


Fig.  15.8— Rockwell’s  Disc  Clay  Electrode,  Front  View  (Kidder). 

its  physiology,  and  by  the  aid  of  correct  current  measurements  and  elec- 
trodes properly  adapted,  it  is  possible  to  obtain  far  better  results  in  the 


FlO.  159. — Disc  Electrode,  Rear  View. 

future  than  in  the  past.  The  seemingly  capricious  action  of  electricity 
en,  in  conditions  of  disordered  menstruation,  is  in  great  measure  due  to 
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our  imperfect  knowledge  of  the  various  factors  that  go  to  make  up  these 
morbid  states,  and  as  increasing  knowledge  enables  us  to  fit  more  accu- 
rately the  remedy  to  the  disease,  so  shall  we  with  greater  ceitainty  be  able 
to  differentiate  between  those  menstrual  derangements  which  can,  and 
those  which  cannot,  be  cured  by  electricity. 

In  amenorrhoea  electricity  is  more  especially  indicated  in  those  cases 


Fig.  i6o.— Abdominal  Clay  Electrode  (McIntosh). 


that  are  dependent  on  some  constitutional  cause  associated  with  chlorosis, 
and  upon  imperfect  development  or  atrophy  of  the  organs  of  generation. 
It  is  needless  to  say  that  in  chlorosis  and  ana;mia,  amenorrhoea  is  the 
natural  condition,  and  efforts  to  force  tlie  menses  by  any  form  of  local 


Fig.  i6i.— Soluble  Metallic  Bulbs  for  Interstitial  Electrolysis  (Van  Houten  & Ten  Broeck). 

treatment  would  be  entirely  out  of  place.  On  the  contrary,  when  menstru- 
ation persists,  along  with  a decided  anaemic  condition,  the  lining  mem 
brane  of  the  uterus  may  itself  be  diseased,  and  call  for  local  treatment  for 
the  purpose  of  stopping  the  flow.  It  is  in  amenorrhoea  existing  as  a symp 
tom  of  anmrtiia  that  electricity,  through  general  and  not  local  methods  o 
application,  is  especially  indicated.  It  is  not  to  be  used  to  the  exc  usion 
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of  iron  and  other  tonics,  but  in  conjunction  with  them.  Treated  in  this 
way,  cases  of  long-standing  anmmia,  with  their  associated  symptom, 
amenorrhoea,  will  recover  far  more  rapidly  than  when  internal  medication 
alone  is  relied  upon.  Great  mistakes  are  committed  in  the  treatment  by 
electricity  of  amenorrhoea  associated  with  anaemia,  in  applying  the  gal- 
vanic current  directly  to  the  uterus. 

Localized  galvanization  is  not  indicated  in  these  cases;  on  the  con- 


Fig.  163. — Handles  with  Soluble  Bulb  Attached. 


Fig.  164.— Protected  Uterine  Sound  of  Soluble  Metal. 
(Galvano-Faradic  Mfg.  Co.) 


trary,  as  we  have  had  abundant  occasion  to  observe,  it  tends  to  induce  a 
condition  of  nervous  irritation  that  is  exceedingly  unpleasant.  It  is  in 
these  conditions  of  amenorrhoea,  when  the  patient  is  weak  and  anaemic, 
with  perhaps  other  indications  of  constitutional  disturbance,  that  the  fa- 
radic  current  is  strongly  indicated  over  the  galvanic. 

On  the  other  hand,  in  those  cases  of  amenorrhoea  where  the  patients 
are  robust  and  of  full  habit,  the  galvanic  current  is  likely  to  be  of  far 
greater  service  than  either  the  faradic  current  or  franklinic  electricity. 

Another  well-recognized  cause  of  amenorrhoea  is  atrophy,  as  well  as 
arrested  development  of  the  uterus.  The  well-known  power  of  electricity 
to  variously  modify  nutrition  would  indicate  its  use  in  these  conditions; 
practically,  we  have  found  it  to  be  efficacious  in  several  cases,  and  see  no 
reason  why  it  should  not  always  be  of  more  or  less  service.  In  super- 
involution also  it  may  be  tried  with  expectation  of  success,  provided  there 
is  evidence  of  active  ovulation. 

If  there  are  no  such  evidences  the  probabilities  are  that  neither  elec- 
tricity nor  any  other  remedy  will  be  of  service. 

Dr.  Fordyce  Barker  has  enumerated  the  following  symptoms,  at  or  near 
the  menstrual  period,  as  evidence  of  the  existence  of  ovulation  associated 
With  super-involution : intense  headache,  flushing  of  the  face  and  conges- 
tion of  the  eye,  pelvic  pain  and  sense  of  dragging,  with  nausea,  vomiting, 
®tc.  It  is  interesting  to  note  that  in  two  cases  of  super-involution  that  we 
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have  successfully  treated,  all  of  these  disturbing  symptoms  were  present, 
and  all  disappeared  with  the  return  of  menstruation.  We  may  add  that 
in  these  cases  the  condition  followed  a dangerous  and  difficult  labor.  For 
two  years  menstruation  had  appeared  but  once  or  twice,  and  upon  meas- 
urement the  uterus  was  found  in  each  case  to  be  but  about  one  and  three- 
fourths  of  an  inch  in  length. 

Dysmeno?'rhcea. — Speaking  from  no  inconsiderable  experience  in  the 
treatment  of  the  disorders  of  menstruation,  we  confidently  assert  that  the 
greater  number  of  cases  of  dysmenorrhoea,  taking  the  cases  as  we  find 
them  in  ordinary  practice,  can  be  very  much  relieved  by  electricity,  and 
many  of  them  pennanently  cured.  Obstruction  to  the  free  flow  of  blood 
must  be  regarded  as  the  main  cause  of  painful  menstruation,  and  when 
this  obstruction  is  due  to  mechanical  causes,  such  as  stenosis,  the  elec- 
trolytic method  is  to  be  used. 

In  the  vast  majority  of  cases,  however,  while  there  may  be  often  found 
changes  in  the  lining  membrane  of  the  uterus,  there  yet  exists  no  serious 
structural  change  or  mechanical  obstruction.  Whatever  the  condition  of 
the  endometrium  which  fails  to  allow  the  free  flow  of  blood  into  the 
cavity  of  the  uterus,  thus  causing  distention  and  pressure,  with  pain  of 
greater  or  less  severity,  the  free  and  steady  flow  of  the  galvanic  current 
through  the  uterine  organs  is  most  efficacious  in  relieving  this  congestion 

and  preventing  pain. 

It  should  be  applied  just  before  menstruation,  and  repeated  every  day, 
if  necessary,  until  the  flow  appears.  In  those  cases  where  there  is  usually 
a long  struggle  and  great  delay,  we  have  by  these  applications  frequently 
caused  the  menses  to  appear  promptly  on  time,  and  without  the  slightest 

suggestion  of  pain.  i ^ ( 

The  faradic  current -will  occasionally  relieve  dysmenorrhoea,  but  for 

obvious  reasons  it  has  no  such  influence  over  the  condition  as  the  galvanic 
current.  Another  cause  of  dysmenorrhoea,  for  the  relief  of  which  we  have 
good  reason  to  place  great  faith  in  the  absorptive  action  of  the  galvanic 
current,  is  the  pressure  occasioned  by  the  exudations  following  attacks  ot 
pelvic  cellulitis.  In  these  cases  the  treatment  must  often  be  prolonged, 
and  months  may  be  consumed  in  the  efforts  to  dissolve  the  products  of 
exudation,  but  the  results  that  follow  more  than  compensate  for  the  tune 

and  trouble  expended. 

Menorrhagia.-i:he  medical  use  of  electricity  has  no  such  influence 
over  excessive  as  it  has  over  painful  menstruation,  although^  electrolytic 
treatment  where  uterine  fibroids  or  polypi  are  the  causes  not  infrequen  > 
effects  most  marvellous  changes.  We  have,  however,  met  cases  of  menor- 
rhagia occurring  toward  the  decline  of  sexual  activity,  where  ^ 

ternal  applications  by  the  method  of  general  faradization  have  pro 
most  effective  measures  of  relief.  These  cases  are  generally  “ 

with  constipation,  torpidity  of  the  liver,  and  often  with  nervous  exliaus 
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tion,  and  the  indications  are  excellently  met  by  the  powerful  constitutional 

effects  of  this  most  valuable  method  of  treatment.  ...  ,• 

Chronic  Pelvic  Cellulitis.— lev  the  sequelae  of  pelvic  cellulitis  the  appli- 
cation of  the  galvanic  current  is  often  followed  by  the  most  satisfactory 
results.  For  the  absorption  of  old  exudations  in  other  parts  of  the  body 
this  fonn  of  electricity  has  long  been  known  to  be  most  efficacious,  but 
only  within  a comparatively  recent  period  has  it  been  tested  in  the  thick- 
ening and  infiltration  resulting  from  inflammation  of  the  pelvic  cellular 
tissue  The  negative  pole,  consisting  of  a metal  ball  covered  with  ab- 
sorbent cotton  or  fine  sponge,  is  to  be  used  internally,  and  directly  to  the 
part  affected,  while  the  positive  is  applied  externally. 

This  treatment,  judiciously  and  persistently  carried  out,  with  a 
current  strength  from  25  even  to  as  high  as  100  milliamperes  has 
resulted  not  only  in  the  absorption  of  large  pelvic  deposits,  but  m the 
cure  of  the  most  severe  and  obstinate  sciatica,  and  in  the  restoration  of 
power  to  paralyzed  limbs.  In  su  h cases  both  sciatica  and  paralysis  are 
caused  undoubtedly  by  pressure  of  the  exudations  upon  the  pelvic 
floor,  and  can  be  relieved  only  through  the  dissipation  of  the  morbid 

products.  f 1 .. 

Fibroid  Tumors.— Vi  is  in  the  treatment  of  fibroid  tumors  of  the  uterus 

by  electrolysis  that  the  new  departure  in  regard  to  greatly  increased 
strength  of  current  is  more  especially  applicable.  If  the  tumor  is  in  a 
position  to  be  readily  reached,  there  is  no  question  of  the  propriety  of  re- 
sorting to  electro-puncture,  nor  of  its  good  effects,  any  more  than  there  is 
of  the  results  that  may  follow  simple  local  galvanization.  The  difference 
between  the  two  is,  that  local  galvanization  of  the  tumor  is  a slow  and 
tedious  method,  occupying  months  to  accomplish  even  a small  reduction, 
while  electro-puncture  produces  far  greater  effects  in  a much  shorter  space 
of  time.  It  is  almost  incredible  how  many  symptoms  sometimes  disap- 
pear after  the  very  slightest  reduction  in  the  size  of  a fibroid  tumor,  or  of 
an  enlarged  uterus,  or  of  the  products  of  inflammation,  and  for  this  reason 
the  simpler,  safer,  and  less  disagreeable  procedure  is  by  no  means  to  be 
despised,  when  for  any  reason  whatever  the  other  is  not  feasible.  We 
have  seen  a good  number  of  cases,  where  difficulty  and  pain  on  mictuii- 
tion,  due  to  pressure  on  the  neck  of  the  bladder,  rectal  difficulties  due  tO' 
pressure  there,  dysmenorrhoea  and  menorrhagia,  together  with  other  pains, 
and  impaired  locomotion,  have  been  either  cured  or  greatly  alleviated  by 
simple  local  galvanization,  which  has  only  succeeded  in  dissipating  a 
small  fraction  of  the  supposed  cause  of  these  symptoms. 

Nor  will  electro-puncture,  as  a rule,  entirely  dissipate  a fibroid  tumor, 
although  it  will  reduce  it  far  more  than  the  simpler  method.  But  if  it  will 
not  entirely  dissipate  it,  it  will  so  reduce  it  that  it  becomes  quite  harm- 
less, and  the  patient  is  symptomatically  cured. 

In  the  treatment  of  fibroid  tumors  then,  the  following  suggestions  may 
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rove  of  service.  The  first  requisite,  of  course,  is  an  apparatus  with  a 
sufficient  number  of  cells,  if  there  is  no  street  current,  needles  for  intro- 
duction into  the  tumor,  and  a proper  external  electrode.  The  second 
requisite  is  a milliammeter,  with  a registration  of  over  a hundred,  and  at 
the  same  time,  if  possible,  one  that  does  not  oscillate  so  persistently  as 
those  in  common  use. 

Excepting  in  those  cases  where  the  object  is  to  control  hemorrhage, 
the  needles  should  be  attached  to  the  negative  pole,  while  the  positive 
pole,  for  application  over  the  abdomen,  should  consist  of  an  electrode 
similar  to  those  that  have  been  already  referred  to. 

This  is  placed  upon  the  abdomen,  and  may  be  pressed  upon  and  kept 
in  position  by  the  hand  of  the  patient  herself,  if  no  assistant  is  present. 
The  needle  or  needles  are  now  introduced  into  the  tumor,  and  the  current 
gradually  increased  without  interruption,  until  100  to  250  milliamperes 
are  reached. 

The  duration  of  the  st'ance  may  be  from  five  to  ten  minutes,  and  even 
longer,  if  the  patient  bears  it  well.  Too  much  stress  cannot  be  laid  upon 
the  necessity  of  an  entire  absence  of  any  interruption  of  the  current  dur- 
ing the  treatment.  In  trivial  operations,  where  the  tension  is  slight,  this 
is  not  of  such  vital  importance,  but  in  the  treatment  of  condition  where  a 
very  great  strength  of  current  is  necessary,  a shock  would  decidedly  dis- 
turb a patient  of  even  strong  nerve,  and  inflict  serious  damage  on  many. 
No  one  would  willingly  do  this,  but  there  are  so  many  possible  disturbing 
factors  to  the  steady  working  of  the  current,  that  from  personal  knowledge 
of  the  condition  in  which  physicians  too  frequently  keep  their  electric  ap- 
paratus and  appliances,  these  interruptions  are  liable  to  occur  at  any 
moment,  and  when  least  expected  or  desired.  It  is  to  be  doubted  whether 
many  patients  would  submit  themselves  to  a second  trial  after  having  re- 
ceived a shock  from  a current  strength  of  one  hundred  milliamperes. 

While  the  treatment  of  fibroid  tumors  by  electro-puncture  is  liable  to 
be  attended  with  more  unpleasant  results,  it  is  no  more  efficient  in  many 
cases  of  uterine  myomata  than  the  more  simple  method  of  intra-uterine 
applications,  and  in  our  opinion  the  latter  method  should,  as  a rule,  be 
attempted  before  resorting  to  puncture.  If,  indeed,  in  any  case  of  intra- 
mural fibroid  it  is  impossible  to  enter  the  cavity  with  our  electrode,  or 
when  a sub-peritoneal  tumor  is  so  situated  as  to  be  beyond  the  effects  of 
intra-uterine  applications— in  these  emergencies,  puncture  is  of  course  the 
only  choice.  Punctures  may  be  made  either  through  the  vagina  or  ab- 
domen. The  former  method  is  generally  preferred.  In  hemorrhagic  cases 
the  positive  pole  is  indicated,  and  it  cannot  be  too  often  repeated  that 
with  this  pole  platinum  or  some  other  non-oxidizable  electrode  should 

always  be  used.  _ 

Ovarian  Tumors.— electrolytic  treatment  of  ovarian  tumors  tor 

time  excited  much  attention,  but  the  success  that  attended  these  opeiati 
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have  been  by  no  means  satisfactory.  The  following  risumi*  by  Dr.  Paul 
.F.  Munde,  made  years  ago,  of  what  had  been  attempted  and  accomplished 
in  this  department  of  electro-surgery  did  much  to  discourage  the  opera- 
tion, since  it  was  evident  that  the  results  were  not  so  good  and  the  danger 

greater  than  the  operation  of  ovariotomy. 

He  finds:  ist,  “That  a number  of  ovarian  tumors,  reported  on  reliable 
authority,  have  been  completely  cured  or  permanently  improved  by  elec- 
trolysis—out  of  fifty-one  cases,  twenty-eight,  or  about  55  per  cent. 

2d,  “In  a number  of  these  cases  electrolysis  was  followed  by  danger- 
ous (thirteen,  or  25.4  per  cent.)  and  even  fatal  results  (nine  out  of  these 

thirteen,  or  17.6  per  cent,  of  the  whole  fifty-one. 

3d,  “ Further,  six  cases  out  of  fifty-one  received  neither  benefit  nor 
injury  from  the  treatment,  and  four  were  only  temporarily  improved; 
total,  ten,  or  19.6  per  cent.  We  thus  have  a total  of  twenty-three  cases, 
or  45  per  cent.,  in  which  the  electrolytic  treatment  failed  to  accomplish 
the  object  for  which  it  was  administered.  . . . 

6th,  “ Notwithstanding  these  undoubted  cures,  the  percentage  of  suc- 
cesses of  oophoro-electrolysis  (55  per  cent.)  compares  unfavorably  with 
that  of  ovariotomy  (70  to  80  per  cent.;  Spencer  Wells  78  percent.,  in 
1876  as  high  as  91  per  cent.).  And  so  also  do  the  deaths  by  electrolysis 
(17.6  per  cent.)  nearly  equal  those  following  ovariotomy  in  recent  years 
(20  to  30  per  cent,  to  22  per  cent),  and  far  exceeding  those  occurring  in 
the  last  series  of  fifty-five  cases  of  Spencer  Wells  (five,  or  9 per  cent.). 

Chronic  Metritis. — The  value  of  intra-uterine  applications  of  the  gal- 
vanic current  in  the  various  stages  of  metritis  has  been  so  thoroughly 
tested  as  to  be  no  longer  a matter  of  doubt.  The  idea  in  these  operations 
is  to  destroy  the  mucous  membrane  and  produce  a healthy  derivation. 
The  faradic  current,  which  is  so  valuable  in  simple  uterine  engorgements 
following  abortions  and  perhaps  in  the  earlier  stages  of  metritis,  becomes 
useless  in  the  presence  of  parenchymatous  metritis.  The  chemic  action 
of  the  galvanic  current  is  alone  serviceable  in  these  cases.  As  in  the 
treatment  of  fibroids,  powerful  currents  are  demanded,  varying  in  strength 
from  50  to  150  milliamperes.  Some  good  form  of  rheostat  should  be 
used,  and  as  the  current  is  gradually  increased  and  decreased,  the  utmost 
care  should  be  exercised  to  avoid  shocks.  The  operation  is  not  electrol- 
ysis proper,  but  more  correctly  a chemic  galvano-cauterization.  The 
choice  of  the  intra-uterine  pole  will  be  determined  by  the  symptoms  in 
each  individual  case.  At  the  positive  pole,  the  acids  and  oxygen  accumu- 
late. This  pole  is  therefore  coagulating  and  haemostatic,  and  is  indicated 
in  all  forms  of  hemorrhages  and  abnormal  discharges.  Another  advan- 
tage possessed  by  this  in  hemorrhagic  conditions  is  due  to  the  greater  re- 
tractibility  of  the  positive  cicatrices  which  tend  to  prevent  a return  of  the 

* ‘‘  The  Value  of  Electrolysis  in  the  Treatment  of  Ovarian  Tumors,  by  Paul  F. 
Munde,  M.D.,  New  York,  Gynecological  Transactions,  1878. 
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hemorrhages.  At  the  negative  pole  alkalies  accumulate,  producing  some 
of  the  effects  of  caustic  potash.  It  is  sometimes  called  the  fluidifying 
pole  and  is  more  especially  indicated  in  the  non-hemorrhagic  forms  of 
metritis.  Beyond  anything  else  it  is  the  remedy  for  old,  atrophic,  or  in- 
durated forms  of  chronic  metritis,  where  the  conjunctive  tissue  has  be- 
come hard,  fibrous,  and  devoid  of  blood.  Far  more  effectually  than  the 
positive  pole,  it  excites  the  languid  or  perverted  uterine  circulation  and 
restores  the  menstrual  flow.  The  caution,  never  to  use  with  the  positive 
pole  in  intra-uterine  applications  any  steel  or  other  oxidizable  electrode, 
cannot  be  too  strongly  emphasized. 

Platinum  is  to  be  preferred,  and  although  it  is  expensive  it  never 
wears  out.  A cheaper  form  of  electrode  is  made  of  carbon,  so  thoroughly 
polished  as  to  render  it  non-irritant,  or  of  steel  subjected  to  certain 
processes  by  hydrogen,  which  renders  it  non-oxidizable.  In  time,  how- 
ever, both  of  these  materials  become  roughened  through  the  constant  action 
of  the  liberated  oxygen. 

Peri-  Uterine  Hecmatocele. — These  tumors  have  been  treated  successfully 
by  Apostoli  by  means  of  the  chemic  caustic  action  of  the  negative  pole. 
A non-retractile  fistula  is  thus  made,  the  tendency  of  which  is  to  remain 
open  and  with  adhesions  between  the  pathologic  cavity  and  the  external 
mucous  membrane.  I’he  nutrition  of  these  pathologic  cavities  is  modified 
by  the  electrolytic  action,  and  leads  to  rapid  retrograde  metamorphosis. 
The  method  is  quick  in  its  action,  with  claims  for  it  of  perfect  safety. 

Diseases  of  the  Uterine  Appendages.— \w  the  various  manifestations  of 
disease  of  the  uterine  appendages— salpingitis,  endosalpingitis,  interstitial 
and  suppurative  salpingitis,  pyosalpinx,  hydro-  and  haematosalpinx,  ovar- 
itis, etc.,  electricity  is  often  of  much  service. 

In  suppurative  salpingitis  Gautier*  as  well  as  Apostoli  advises  ga.1- 
vano-chemic  cauterization  with  the  negative  pole  in  doses  of  20  to 
80  milliamperes.  He  says  that  the  treatment  favors  the  escape  of  pus 
into  the  uterine  cavity,  rapidly  relieves  congestion  of  the  appendages,  and 
quiets  the  pain.  He,  however,  lays  especial  emphasis  upon  the  necessity 
of  great  watchfulness  and  care  in  the  treatment.  If  pain  is  increased,  or 
the  general  condition  in  any  way  becomes  worse,  a collection  of  pus  may 
be  suspected  and  the  treatment  will  be  of  no  avail. 

Uterine  Hyperplasia. — In  the  treatment  of  this  ordinarily  intractable 
condition  the  persistent  use  of  the  galvanic  current  accomplishes  much. 
Both  intra-  and  extra-uterine  applications  may  be  used,  but  the  latter  are 
quite  as  efficient  as  the  former,  and  less  liable  to  produce  unpleasant 
effects.  By  applying  the  electrode  to  the  cervix,  and  as  closely  as  pos- 
sible to  the  body  of  the  uterus,  without  entering  the  cavity,  we  do  not  in- 
deed get  as  direct  an  effect  as  by  intra-uterine  applications,  but  this  dis- 

* “ Revue  International  d’Electrotherapie,”  vol.  ii.,  pp.  33-38- 
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advantage  is  more  than  balanced  by  the  far  greater  strength  of  current 
that  can  be  used.  Electrolysis,  however,  is  the  most  effective  method. 
One  or  two  needles  may  be  thrust  into  the  hardened  tissues  parallel  to  the 
canal,  and  a current  of  from  50  to  75  milliamperes  used. 

Stenosis  of  the  Uterine  Canal— In  stenosis  of  the  uterine  canal  the  ac- 
tion of  the  galvanic  current  is  most  valuable,  and  in  many  cases  is  suffi- 
cient to  afford  complete  relief.  A sound  of  the  proper  size  (Fig.  155) 
having  been  introduced,  it  is  connected  with  the  negative  pole,  the  posi- 
tive being  applied  to  the  abdomen. 

A strength  of  from  50  to  75  milliamperes,  continued  for  five  minutes, 
will,  as  a rule,  be  found  sufficient. 

Ovaralgia.—lt  is  often  most  difficult  to  accurately  localize  intrapelvic 
pain,  or  to  determine  its  cause,  but  we  have  in  the  induced  current  of  ten- 
sion’and  the  bipolar  method  most  effective  remedies.  Currents  of  quan- 
tity which  act  mainly  on  the  motor  nerves  of  the  uterus  and  vagina  simply 
increase  the  pain.  The  current  of  tension,  however,  with  little  power  to 
induce  uterine  contractions,  acts  sometimes  with  almost  magical  effect  in 
relieving  the  most  severe  intrapelvic  pain. 

Subinvolution  and  Atrophy. — Both  subinvolution  and  atrophy  of  the 
uterus  are  amenable  to  treatment  by  electricity.  In  reference  to  the  kind 
of  electricity  to  be  employed  the  galvanic  current  is  undoubtedly  indi- 
cated when  the  disease  has  passed  into  the  second  or  inflammatory  stage, 
and  the  method  of  treatment  is  such  as  is  described  in  the  management  of 
chronic  metritis.  In  the  earlier  stages  of  subinvolution,  however,  the  pe- 
culiar mechanical  effects  of  the  faradic  current  are  indicated,  for  the  pur- 
pose of  stimulating  the  circulation,  contracting  the  muscular  and  vascular 
elements,  and  re-establishing  the  arrested  retrograde  metamorphosis.  The 
applications  should  be  made  by  means  of  the  bipolar  electrode,  using  cur- 
rents of  quantity  as  indicated  in  chapter  on  bipolar  faradization. 

Displacements  of  the  Uterus. — The  two  most  important  factors  that  make, 
up  the  value  of  electric  applications  in  displacements  are  probably  the 
hyperaemia,  and  especially  the  contraction  of  muscular  fibre,  that  follow 
its  use;  and  as  the  contraction  of  a muscle  determines  the  amount  of  its 
' nutrition,  it  follows  that  if  a current  of  electricity  is  localized  in  a given 

1 point  of  the  uterus,  that  part  will  contract,  its  nutrition  be  improved,  and 

' at  the  same  time  counteract  any  flexion  in  the  opposite  direction.  As  the 
effects  we  desire  in  these  cases  are  mostly  mechanical,  the  faradic  current 
is  the  form  of  electricity  indicated,  and  as  in  bipolar  faradization,  the  in- 
duced currents  of  quantity  are  far  more  efficient  in  causing  contractions 
than  the  currents  of  tension. 

The  simplest  and  least  efficacious  method  is  to  introduce  one  electrode 
behind  the  os  uteri,  while  the  other  is  applied  externally  over  either  the 
pubes  or  sacrum.  In  prolapsus  uteri,  much  benefit  has  often  followed  this 
method  of  treatment  by  the  tone  imparted  to  the  relaxed  vaginal  walls. 
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A more  effective  localization  of  the  current  is  accomplished  by  introduc- 
ing one  electrode  into  the  uterus  while  the  other  is  placed  externally;  but 
the  most  effective  method  is  the  internal  use  of  both  poles. 

In  cases  of  anteflexion  (Fig.  165)  one  pole,  the  curve  of  its  stem  cor- 
responding to  that  of  the  sacrum,  is  introduced  into  the  rectum,  up  to  the 
point  nearest  the  posterior  wall  of  the  uterus.  In  this  way  the  current  is 
quite  accurately  localized  in  the  posterior  uterine  walls,  causing  contrac- 
tion, and  improving  nutrition. 

In  retroflexion  (Fig.  166)  the  first  electrode,  instead  of  being  passed 


Fig.  165. — Anteflexion  of  the  Uterus.  Recto-Uterine  Faradization. 


into  the  rectum,  is  introduced  into  the  bladder,  and  applied  to  the  anterior 
wall  of  the  uterus.  When  the  faradic  current  is  used,  and  this  form  is 
chiefly  indicated,  the  relative  position  of  the  poles  would  seem  to  be  of 
no  special  importance,  although  for  the  intra-uterine  electrode  the  anode 
would  seem  to  be  preferable,  on  the  theory  that  it  has  a greater  power 
over  unstriped  muscular  fibre.  In  these  applications  the  pain  is  some- 
times considerable,  and  is  due  to  two  causes:  first,  the  concentrated  action 
of  the  electricity  on  the  mucous  membrane ; second  the  contraction  of  the 
uterine  fibres.  In  other  cases,  very  little  discomfort  is  produced.  By  be- 
ginning with  a very  weak  current,  and  gradually  increasing  it,  a much 
greater  strength  can  be  endured  than  if  this  precaution  is  not  observed. 
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When  voluntary  muscles  are  subjected  to  the  action  of  the  poles  of 
either  a galvanic  or  faradic  battery  contractions  instantly  occur. 

These  contractions  continue,  as  is  well  known,  during  the  passage  of 
the  faradic  current,  but  quickly  relax  after  the  first  shock  of  the  galvanic. 
When,  on  the  contrary,  involuntary  muscular  fibres,  of  which  the  uterus  is 
composed,  are  subjected  to  the  influence  of  the  electric  current,  move- 
ments are  not  induced  until  a certain  time  after  the  tissues  have  been 
acted  upon.  The  movements  thus  excited  continue  for  a time  after  the 


Pig.  i66. — Retroflexion  of  the  Uterus.  Vesico-Uterine  Faradization. 


cessation  of  the  current,  and  do  not,  as  in  the  case  of  voluntary  muscles, 
cease  as  soon  as  the  electrodes  are  removed. 

The  following  suggestions  of  Apostoli  * upon  the  general  intra-uterine 
use  of  the  galvanic  current  are  wise  and  based  upon  a great  experience : 
“Never  apply  in  the  first  stance  a strength  greater  than  50  milliam- 
peres,  and  never,  at  first,  exceed  the  dose  tolerated  by  the  uterus.  Make 
the  first  galvanization  slowly,  with  circumspection  and  gentleness.  At 
once  interrupt  the  stance  as  soon  as  there  are  any  manifestations  of  intol- 
erance, and  renew  it  in  two  or  three  days  when  all  reaction  has  subsided. 
E)o  not  increase  the  intensity  of  the  current  or  the  length  of  the  s^ance^ 

* Journal  de  Medecine,  Paris,  November  20th,  1892. 

30 


ELECTRO-THERAPEUTICS. 


466 

except  in  proportion  to  the  degree  of  tolerance  manifested  in  the  preced 
ing  seances. 

“ These  applications  being  well  tolerated,  if  it  is  possible  without  caus 
ing  operative  reaction,  and  especially  post-operative  reaction,  to  increase 
the  strength  to  100  or  150  milliamperes,  the  appendages  are  in  good  con- 
dition, or,  at  least,  they  are  not  the  seat  of  actual  inflammation  or  sup- 
puration. When  the  initial  intolerance  of  the  uterus  grows  less  with  the 
number  of  applications,  the  symptomatic  amelioration  being  also  marked 
and  increasing  with  time,  the  case  is  hysterical  or  else  the  disease  of  the 
appendages  is  diminished  or  arrested. 

“ If,  on  the  contrary,  the  galvanizations,  in  spite  of  the  precautions  in- 
dicated, with  a current  of  50,  30  or  20  milliamperes,  awaken  great  sus- 
ceptibility; if  they  be  followed  by  painful  or  febrile  reaction  the  follow- 
ing day  or  days ; if  this  intolerance  for  the  weakest  current  develop  and 
increase  with  each  stance,  though  these  are  repeated  with  moderation  and 
prudence— then  the  uterine  periphery  is  the  seat  of  a lesion  not  amena- 
ble to  conservative  gynecology.  All  galvanic  treatment  should  be  sus- 
pended, and  the  patient  advised  to  undergo  an  operation.” 


CHAPTER  XXVI. 


DISEASES  OF  THE  GENITO-URINARY  ORGANS. 

The  medical  diseases  of  the  male  genital  organs,  for  which  electricity 
is  chiefly  indicated,  are  spermatorrhoea,  seminal  emissions,  impotence,  in- 
continence of  urine,  paralysis  of  the  bladder,  chronic  prostatitis,  and 
enuresis. 

As  it  has  been  doubted  whether  the  resources  of  the  electro-thera- 
peutics are  capable  of  affording  any  decided  and  lasting  benefit  in  these 
diseases,  we  here  record  not  only  as  the  result  of  our  own  experience,  but 
from  a knowledge  of  the  experience  of  others,  that  no  case  in  which  there 
have  been  reasonable  grounds  for  hope  can  be  said  to  have  been  fairly 
treated,  until  the  proper  application  of  electricity  has  been  attempted. 

It  should  be  remarked  that  of  spermatorrhoea,  seminal  emissions,  and 
impotence,  the  latter,  taking  the  cases  as  we  find  them,  in  young  men  is 
for  the  most  part  psychic  and  temporary  in  character — frequently  associ- 
ated with  neurasthenic  symptoms,  and  yields  the  most  uniformly  and 
readily  to  electric  treatment.  These  three  conditions  are,  however,  very 
frequently  associated,  and  the  symptoms  of  each  may  be  so  intermingled 
as  to  render  it  difficult  to  decide  which  presents  the  most  prominent  indi- 
cations. 

Spermatorrhoea. — There  can  be  no  question  that  true  spermatorrhoea  is 
much  less  frequent  than  is  generally  believed.  It  consists  of  an  involun- 
tary discharge  of  semen  without  erection,  and  as  there  are  several  secre- 
tory  glands  besides  the  testicles,  the  secretion  from  which  lubricates  the 
urethral  canal,  and  may  even  appear  externally  in  a healthy  condition  of 
the  parts,  the  activity  of  charlatans  has  had  a fair  field  in  which  to  excite 
alarm  among  the  credulous. 

Semtnal  etnissions  consist  in  an  involuntary  discharge  of  seminal  fluid 
with  erection,  and  demands  treatment  only  when  it  becomes  excessive, 
and  is  associated  with,  is  dependent  on,  or  is  the  cause  of  constitutional 
disturbance. 

Treatment. — In  regard  to  the  treatment  of  spermatorrhoea  and  seminal 
emissions,  it  is  hardly  necessary  to  say  that  no  one  method  of  electriza- 
tion will  answer  in  all  cases.  The  applications  may  be  localized  exter- 
nally  or  internally,  and  in  addition  we  frequently  use  with  advantage  gen- 
eral faradization  and  central  galvanization.  There  is  one  method  of 
procedure  concerning  the  ill  effects  of  which  we  have  positive  convictions. 
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We  refer  to  strong  galvanization  of  the  ejaculatory  ducts,  or  the  parts  in 
their  immediate  vicinity,  by  means  of  the  insulated  catheter  electrode. 

It  is  true  that  if  employed  with  great  caution,  and  with  a current  of 
very  feeble  power,  no  harm  may  result.  Currents  of  considerable  elec- 
trolytic power  even  may  frequently  be  borne  without  any  after  ill  effects; 
but  it  is  equally  true  that  these  same  applications,  whether  weak  or  strong, 
have  in  numbers  of  instances  been  followed  by  profound  and  lasting 
irritation. 

Deaths  have  been  known  to  result  from  the  effects  of  the  porte  cans- 
tiquc.  From  the  history  of  one  of  our  cases,  it  seemed  sufficiently  clear 
that  this  treatment  had  laid  the  foundation  of  an  obstinate  stricture,  and 
in  another  case  of  complete  destruction  of  the  virile  power  it  was  evident 
that  the  symptoms  were  in  a measure  due  to  a most  severe  and  ill-advised 
cauterization  of  the  ejaculatory  ducts. 

Electrolytic  action  is  of  course  more  completely  under  control,  and 
although  its  action  is  different  from  that  of  the  caustic,  it  is  yet  occasion- 
ally followed  by  substantially  the  same  results,  and  we  hesitate  to  make 
use  of  it  in  the  irritable  conditions  that  we  are  considering. 

In  lieu  of  this  procedure,  however,  and  in  addition  to  the  external 
methods  of  treatment,  we  are  highly  in  favor  of  the  direct  application  of 
the  faradic  current  to  the  urethra,  and  on  the  same  principles,  and  to  meet 
the  same  indications,  that  the  occasional  introduction  of  the  ordinary 
catheter  is  attempted.  Mechanical  pressure  alone  tends  to  unload  the 
congested  capillaries,  and  to  very  decidedly  lessen  the  sensibility  of  the 
urethral  nerves,  and  when  combined  with  the  vibratory  action  of  the 
faradic  current,  we  are  convinced  that  its  good  effects  are  markedly 

increased. 

Impotence— mildest  and  most  frequent  form  of  impotence  mani- 
fests itself  by  a premature  ejaculation  of  semen,  with  no  special  diminu- 
tion of  sexual  desire,  but  with  some  impairment  of  the  power  of  erection. 
\ somewhat  more  persistent  condition  is  shown  by  an  appreciable  dimi- 
nution or  capriciousness  of  the  sexual  appetite,  with  a marked  decrease  of 
the  power  of  erection,  and  again  there  is  not  unfrequently  an  entire  ab- 
sence of  sexual  desire  and  power  of  erection.  Another  form  of  impotence 
may  be  termed  psychic.  The  unfortunate  subjects  of  this  condition,  igno- 
rant of  what  the  normal  sexual  appetite  should  be,  oftentimes  suppose 
that  in  their  case  it  is  deficient.  Depressed  and  distracted  by  self-brood- 
ing they  sometimes  fulfil  their  own  dark  forebodings,  and  fail  m their 
prdiminary  attempts  to  accomplish  the  sexual  act  through  the  very  inten- 
sity of  their  desire.  . r 1 

We  shall  not  attempt  to  enter  into  any  consideration  of  the  causatio 

of  these  symptoms,  further  than  to  say  that  the  vast  majority  of  cases 
this  character  are  brought  on  by  the  same  general  causes,  masturbat  • 
or  suddenly  breaking  off  the  habit  of  masturbation,  excessive  sexual  indui 


diseases  of  the  genito-urinary  organs.  469 


gence,  prolonged  continence,  or  by  any  influence  that  debilitates  the 

^^^^Not  only  in  its  incipient  but  in  its  more  advanced  stages,  impotence 
not  unfrequently  is  the  result  of  organic  disease  of  the  nerve-centres,  and 
its  treatment  by  electricity  is  of  importance  only  so  far  as  it  serves  as  an 
illustration  of  the  extraordinary  stimulating  or  tonic  influence  of  the  rem- 
edv.  We  have  had  patients  suffering  from  incurable  chronic  hemiplegia, 
nrogressive  muscular  atrophy,  locomotor  ataxia,  etc.,  where  there  has 
been,  under  local  and  general  electrization,  a most  extraordinary  increase 
in  the  desire  and  capacity  for  sexual  intercourse. 

Electro-Diagnosis— of  one-half,  usually  the  left,  of  the 
penis,  is  a condition  not  unfrequently  observed  in  diseases  of  these  parts. 
This  may  be  detected  by  an  electric  examination  or  by  the  aesthesiometer 
This  peculiarity,  which  was  first  pointed  out  by  Schulz,  we  have  observed 
in  a number  of  instances.  With  anaesthesia  there  may  be  coldness  and 

blueness  of  the  sexual  organs. 

Occasionally  the  anaesthesia  is  quite  profound,  and  as  a rule  the  sex- 
ual weakness  is  in  proportion  to  the  degree  of  the  anaesthesia.  ^ 

The  numbness  in  these  cases  is  more  than  an  accidental  association ; 
it  would  indeed  appear  as  if  it  were,  to  a certain  extent,  a cause,  for  by 
the  application  of  the  ordinary  electric  brush  to  the  parts  in  the  same  way 
that  we  treat  any  case  of  local  anaesthesia,  the  numbness  is  often  removed, 
and  the  integrity  of  the  sexual  function  restored. 

Hyperaesthesia  of  the  urethra  is  a condition  that  is  sometimes  ob- 
sen'ed,  especially  in  patients  otherwise  nervous  and  irritable. 

In  the  worst  stages  there  may  be  atrophy  of  the  testicles  and  the 
penis,  and  a diminution  of  temperature  that  is  at  once  perceptible  to  the 


hand. 

Treatment. — In  the  consideration  of  the  various  degrees  of  impaired 
sexual  power,  the  question  at  once  arises,  What  are  the  indications,  and 
how  are  these  indications  to  be  fulfilled?  In  the  milder  forms  of  im- 
potence, where  there  is  simply  premature  ejaculation  of  semen,  with  some 
diminution  of  the  power  of  erection,  as  well  in  the  more  advanced  stages, 
where  the  desire  is  capricious  and  the  power  of  erection  pretty  well  de- 
stroyed, it  is  evident  that  there  must  be  a degree  of  paralysis  at  the  root 
of  the  disorder,  dependent  on  structural  changes  in  the  nerve-centies,  or 
else  this  impaired  power  or  tone  in  the  muscles  and  erectile  tissue  may 
be  of  a purely  local  character.  In  the  latter  case,  the  indications  are 
clearly  the  same  as  in  other  forms  of  local  paralysis,  and  by  faradization  of 
the  ischio-cavernosus  and  bulbo-cavernosus  muscles  much  may  be  accom- 
plished. In  recent  cases  of  impotence,  where  there  is  considerable  power 
remaining,  as  well  as  in  a more  advanced  stage,  where  the  power  is  ap- 
proximately lost,  we  not  unfrequently  find  that  the  seminal  secretion  is 
markedly  reduced,  not  only  in  quantity  but  quality;  and,  reasoning  from 
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analogy,  it  would  seem  that  in  such  cases  there  were  undoubted  indica- 
tions for  the  use  of  electricity. 

The  galvanic  current  especially  has  the  power  of  exciting  to  increased 
activity  the  secretory  function  of  various  glands,  and  not  seldom  acceler- 
ates physiologic  mucous  discharges.  The  salivary  and  lachrymal  glands, 
as  well  as  the  liver,  are  susceptible  to  stimulation  by  electrization,  and  it 
is  undoubtedly  true  that  the  lacteal  secretion  has  been  augmented  by  pass- 
ing the  current  through  the  breasts  of  nursing  women.  (See  chapter  on 
Nutrition  in  Electro-Physiology.) 

It  is  highly  probable,  then,  that  a deficiency  in  the  secretion  of  semen 
when  it  is  dependent  on  local  paralysis  or  exhaustion  of  the  nerves  con- 
trolling this  function,  and  not  on  pathologic  changes  of  a structural  char- 
acter, may  be  successfully  remedied  by  galvanizing  the  spermatic  nerves 
and  testicles.  We  cannot,  however,  in  all  cases,  depend  on  local  treat- 
ment alone.  Not  only  may  impotence  be  associated  with,  but  it  may  re- 
sult wholly  from,  disorders  of  a general  character.  The  excessive  use  of 
sedative  narcotic  remedies,  sedentary  habits,  and  general  malnutrition 
from  any  cause,  lead  to  the  condition  under  consideration,  and  demand 
the  general  constitutional  tonic  influence  of  general  faradization  or  the 
powerful  stimulating  effects  of  static  electrification. 

The  vesiculae  seminales  and  the  testicles  may  be  affected,  and  in  some 
patients  very  powerfully  and  sensibly,  when  one  of  the  poles  is  applied  to 
the  lower  part  of  the  spine,  and  the  other  to  some  point  on  the  thigh  or 
against  the  perineum.  A very  good  way  to  affect  the  male  reproductive 
organs  is  to  apply  one  pole  firmly  against  the  perineum,  or  between  the 
scrotum  and  penis,  and  the  other  on  the  spine  over  the  genito-spinal 
centre. 

Faradization  of  the  genital  organs  should  not  usually  be  protracted 
longer  than  five  to  ten  minutes;  galvanization  from  two  to  eight  minutes. 
The  faradic  current  would  appear  to  be  preferable.  Impotence,  like  semi- 
nal emissions,  may  sometimes  be  treated  by  connecting  the  steel  sound 
introduced  into  the  urethra  with  one  of  the  poles  of  the  faradic  current, 
thus  combining  the  toning  effect  of  pressure  with  the  toning  effect  of 
electricity  on  the  relaxed  parts. 

Aspermatism. — Impotence,  as  before  remarked,  may  manifest  itself  by 
many  symptoms,  and  in  various  degrees;  but  there  is  one  phase  of  it  that 
is,  we  believe,  not  very  common.  It  consists  in  an  inability  to  ejaculate 
semen  while  the  power  of  erection  remains  vigorous,  and  to  this  condition 
the  term  aspermatism  was  first  proposed  by  Roubaud  in  1855. 

Dr.  William  H.  Van  Buren,  in  an  article  published  in  the  New  York 
Medical  Journal  for  November,  1868,  suggested  that  the  difficulty  in  ejacu- 
lating the  semen  was  caused  by  an  exaggerated  spasmodic  contraction  of 
the  muscular  fibres  of  the  walls  of  the  ejaculatory  ducts,  leading  to  their 
occlusion  under  extreme  excitement.  On  this  theory  it  would  seem  that 
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the  indications  called  for  galvanization  of  the  ejaculatory  ducte;  but  in 
several  cases  that  have  come  under  our  observation,  and  that  might  fairly 

Fig.  167.— Insulated  Catheter  Electrode. 

be  placed  under  the  head  of  this  affection,  the  treatment 

failed  to  afford  relief.  ^ 

Diseases  of  the  Bladder— diseases  of  the  bladder  m 

for  which  electrization  is  chiefly  employed  are  inconti-  ^ 

nence  of  urine  and  paralysis. 

Incontinence  of  urine  depends  on  an  irritable  condition  of  the  neck 
of  the  bladder.  While  it  largely  sympathizes  with  other  diseases  and  the 
general  health,  being  frequently  associated  with  hysteria  and  spinal  irri- 
tation, it  is  yet  oftentimes  a purely  local  affection.  There  are  various 
grades  of  the  disease,  from  simple  irritability  that  makes  it  necessary  to 
pass  the  water  with  unusual  frequency,  to  utter  inability  to  sleep  through 
the  night  without  unconsciously  “ wetting  the  bed.”  The  former  condi- 
tion exists  mostly  in  adults — especially  in  the  hysterical  and  the  aged, 
the  latter  is  peculiar  to  the  period  of  childhood.  It  is  probable  that  the 
pathologic  condition  in  children  who  nightly  void  their  urine  in  bed  is 
not  necessarily  worse  than  that  in  adults  who  only  complain  of  being 
obliged  to  pass  the  water  with  abnormal  frequency.  The  unpleasant  re- 
sults in  children  are  due  to  their  profound  sleep  or  deficient  self-control. 
That  the  pathologic  condition  in  children  is  not  always  of  an  important 
character  is  proved  by  the  fact  that  it  sometimes  yields  to  purely  moral 
influences. 

In  the  treatment  of  incontinence  of  urine,  both  external  and  internal 


Figs.  168, 169.— Double  Vesical  Exciter  or  Electrode  (Duchenne). 

applications  may  be  used.  In  the  majority  of  cases  the  internal  applica- 
tions by  means  of  the  catheter  electrode  are  not  required.  It  is  needless 
to  say  that  in  young  children  the  introduction  of  the  catheter  electrode  is 
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attended  with  difficulty.  The  treatment  we  prefer  is  faradization  with 
strong  currents  through  the  neck  of  the  bladder.  In  males  one  pole  may 
be  placed  over  the  symphysis  pubis,  and  the  other  at  the  perineum ; in 
females  one  pole  may  be  applied  over  the  symphysis  pubis  and  the  other 
at  the  lower  part  of  the  sacrum.  Cases  associated  with  hysteria,  or  de- 
pendent on  spinal  disease,  need  central  and  general  electrization.  Da- 
nion,*  of  Paris,  has  made  a report  on  the  utility  of  electro-therapy  in 
diverse  forms  of  incontinence  of  urine  to  the  sixth  French  congress  of 
surgery.  His  observations  were  nine  in  number,  leaving  out  those  on 
nocturnal  incontinence  in  children.  The  treatment  consisted  in  the  appli- 
cation of  the  faradic  current  by  shock  and  tetanization  to  the  neck  and 
membranous  portion  of  the  urethra.  The  effects  were  proved  by  Guyon 
and  himself  to  be  not  only  favorable  and  rapid,  but  sometimes  really  re- 
markable. 

Prognosis. — The  prognosis  of  young  and  recent  cases  is  usually  good. 
Long-standing  cases  also  yield,  but  need  correspondingly  longer  treat- 
ment, and  are  liable  to  relapse.  Cases  complicated  with  constitutional  or 
central  disease,  which  are,  of  course,  mostly  found  in  adults,  have  either 
a favoral)le  or  unfavoral)le  prognosis,  according  to  the  nature  of  the 
malady  with  which  they  are  complicated. 

Jinurcsis  and  Strangury. — Grimm,f  of  Vienna,  reports  excellent  re- 
sults in  enuresis  from  faulty  innervation  and  not  due  to  urethral  or  blad- 
der disease — one  electrode  is  placed  in  the  rectum,  the  other  on  the  thigh 
with  a current  strength  of  two  to  five  milliamperes.  The  application 
should  be  from  five  to  ten  minutes  each  night  before  retiring.  Benedikt,J 
of  Vienna,  reports  two  cases  of  strangury  that  were  quickly  relieved  by 
applying  the  electrostatic  douche  and  sparks  to  the  spine  and  hypogas- 
trium.  Previous  treatment  had  failed  to  ameliorate.  The  first  case  was 
tabes  of  long  duration,  strangury  being  the  most  distressing  symptom. 
Relief  was  increa.sed  by  each  application. 

In  the  second  case  the  affection  followed  an  operation  for  hemorrhoids 
many  years  before.  Immediately  after  the  first  sitting  the  number  of  noc- 
turnal micturitions  sank  from  twenty-five  to  nine.  More  recent  success- 
ful cases  led  him  to  regard  this  treatment  as  a specific. 

Paresis  § and  J’ara/ysis. — Paresis  and  paralysis  of  the  bladder  so  fre- 
quently depend  on  incurable  diseases  of  the  spine,  that  the  prognosis  is, 
as  a rule,  unfavorable  as  regards  a complete  cure.  Relief  and  improve- 
ment, even  in  very  bad  cases,  may  be  gained  by  faithful  treatment,  but 
entire  recoveries  are  exceptional. 


*■  La  Semaine  Medicate,  Paris,  April  30th,  1893. 
f Internationale  klinische  Rundschau,  Vienna,  February  29th,  1893, 
X Wiener  medizinische  Presse,  Vienna,  November  29th,  1891. 

§ From  Tzapeaig,  e.xhaustion. 
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The  treatment  should  be  external  and  internal,  with  both  the  galvanic 
and  faradic  currents,  combined  with  central  galvanization. 

External  applications  may  be  made,  placing  one  pole,  the  negative, 
over  the  symphysis  pubis,  and  the  other  on  the  back,  or  at  the  nape  of 
the  neck,  and  passing  very  strong  faradic  currents  with  interruptions. 

Internal  applications  may  be  made  either  with  the  insulated  catheter 
electrode,  or  with  Duchenne’s  double  vesical  electrode  (Figs.  168,  169). 

The  catheter  electrode  may  be  connected  with  the  negative  pole  while 
the  positive  is  at  the  hypogastric  region  or  back.  By  means  of  the  double 
exciter  of  Duchenne  the  current  can  be  more  exclusively  localized  in  the 
muscles  of  the  bladder  than  by  any  other  method. 

Gonorrhcea. — It  would  not  be  unreasonable  to  suppose  that  gonor- 
rhoea in  its  subacute  stage  might  be  treated  by  electrization  with  at 
least  as  satisfactory  results  as  are  subacute  inflammations  of  the  mucous 
membrane. 

We  have  had  opportunity  to  test  both  faradization  and  galvanization 
in  several  cases  and  with  some  suggestive  results. 

Chronic  urethritis  (gleet)  we  have  treated  by  mild  galvanization,  5 to  10 
milliamperes,  with  the  catheter  electrode  and  sounds,  and  with  encourag- 
ing results.  Electricity  thus  used  acts  well  as  an  adjuvant  to  the  other 
treatment,  just  as  in  catarrh  of  the  nose,  granular  lids,  chronic  inflamma- 
tion of  the  middle  ear,  and  analogous  conditions. 

Gautier  * has  shown  that  both  poles  of  the  galvanic  current  have  a 
germicidal  action,  and  proposes  making  use  of  this  in  the  treatment  of 
gonorrhoea  in  the  female.  Prochownick,  in  order  to  use  the  positive 
pole  of  his  galvanic  battery,  used  a copper  sound  of  convenient  size  which 
he  introduced  into  the  cervical  canal.  This  was  connected  with  the  positive 
pole  and  an  intensity  of  80  to  100  milliamperes  was  used  for  ten  minutes. 
Three  to  six  sittings  were  given.  The  gonococci  disappeared  and  the 
purulent  discharge  became  serous.  In  applications  of  the  kind,  chlorine 
is  given  off  and  copper  sounds  become  covered  with  the  chloride  of  copper, 
which  is  a highly  antiseptic  salt.  Another  method  of  procedure  from 
which  Gautier  claims  excellent  results  is  to  cover  a platinum  sound  with  a 
light  layer  of  absorbent  cotton  which  is  plunged  into  a solution  of  iodide 
of  potassium.  In  the  urethra  the  positive  pole  is  used  with  a current  of 
25  milliamperes;  in  the  cervical  canal  the  negative  pole  with  a current 
of  50  milliamperes. 

Syphilis. — The  severe  pains  of  secondary  syphilis  are  to  a certain  ex- 
tent relievable  by  general  and  localized  faradization,  as  we  have  demon- 
strated in  a few  instances;  concerning  the  permanency  of  their  effects  we 
have  as  yet  no  positive  evidence. 

(For  the  treatment  of  syphilitic  ulcers,  see  Ulcers.) 


* Archives  of  Gynaecology,  1894. 
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Buboes  may  be  discussed  by  external  faradization,  and  have  been  so 
treated  by  Hassenstein.*  Chovstek  has  used  galvanization. 

Orchitis. — The  electric  treatment  of  orchitis  has  been  particularly 
studied  by  Drs.  Jules  Cheron  and  Moreau-Wolf.f 

They  give  the  results  of  the  treatment  in  nine  successful  cases.  Their 
method  of  treatment  was  to  direct  a galvanic  current  from  ten  to  twenty- 
four  cells  of  Remak,  through  the  tumor,  from  two  to  eight  minutes. 
Sometimes  the  positive  pole  was  placed  on  the  most  painful  point  of  the 
swelling,  and  the  negative  on  the  spermatic  cord.  The  authors  regard  the 
ascending  current  (up  the  cord)  more  effective  than  the  descending. 

Most  of  their  cases  were  cured  by  a few  (from  four  to  ten)  applica- 
tions. 

The  great  advantage  which  the  authors  claim  for  this  method  of  treat- 
ment in  orchitis  is,  that  the  patient  is  not  obliged  to  suspend  his  daily 
duties,  since  absolute  repose  is  not  necessary. 

Enlargement  of  the  Prostate. — The  electric  treatment  of  hypertrophy  of 
the  prostate  has  been  studied  by  Tripier,  J Newman,  and  others,  who  claim 
to  have  demonstrated  that  the  effect  of  faradization  of  this  organ  when 
enlarged  is  to  cause  resolution.  The  rationale  of  the  treatment  is  sub- 
stantially the  same  as  for  analogous  conditions  of  the  uterus.  The  sub- 
ject is  one  that  deserves  investigation.  Either  the  galvanic  or  the  faradic 
current  may  be  employed.  One  pole  may  be  applied  internally  by  means 
of  an  insulated  catheter  electrode  or  sound,  and  the  other  in  the  rectum 
against  the  prostate,  by  means  of  a rectal  electrode.  We  have  treated 
several  cases  of  enlarged  prostate  by  internal  and  external  faradization. 
One  patient,  a medical  gentleman  about  sixty  years  of  age,  was  seen  and 
examined  by  Dr.  Gouley,  who  confirmed  the  diagnosis  of  enlarged  prostate. 
We  treated  him  a number  of  times  by  external  faradization— one  pole 
on  the  symphysis  pubis  and  the  other  on  the  perinaeum— and  by  internal 
faradization,  one  pole  in  the  rectum — insulated  except  at  the  point  where 
it  came  near  the  prostate — and  the  connection  made  in  the  prostate  por- 
tion of  the  urethra  by  a flexible  sound,  passed  through  a gum-elastic 
catheter,  according  to  the  suggestion  of  Dr.  Gouley.  Applied  in  this  way 
the  electrodes  were  very  near  to  each  other  and  in  sensitive  localities,  and 
only  very  feeble  currents  could  be  borne,  and  sometimes  slight  hemor- 
rhage followed  the  treatment  in  spite  of  all  the  caution  that  was  exercised. 
It  was  found  impossible  to  use  sufficiently  strong  currents  by  this  method 
to  produce  any  effect,  and  again  we  returned  to  partly  external  faradiza- 
tion. This  treatment,  which  seemed  to  aggravate  a cystitis  that  existed, 

was  abandoned. 

* “ Chemisch-electrische  Heilwerke,”  Leipzig,  1853.  _ „ 

t “ Du  Traitement  de  I’Orchite,  par  I’application  des  courants  contmus  constan  s, 

Paris,  1869. 

f “ Manuel  d’^llectrothe'rapie,”  p. 
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Dr.  Mittendorf,  of  this  city,  informs  us  that  he  has  obtained  decided 
results  in  enlargement  of  the  prostate,  in  two  cases.  He  used  external 
faradization— one  pole  over  the  symphysis  pubis  and  the  other  at  the 
perinreum. 

In  chronic  prostatitis  Dr.  G.  B.  Massey  * reports  good  results  from  the 
following  method:  An  olive-shaped  electrode,  about  the  size  of  the  index 
finger,  mounted  on  an  insulated  staff,  is  introduced  into  the  rectum  and 
pressed  against  the  under  surface  of  the  gland.  The  indifferent  pole  is- 
placed  upon  the  abdomen.  The  effects  of  currents  of  from  40  to  60  mil- 
liamperes,  applications  of  short  duration,  are  but  slightly  unpleasant,  and 
their  power  to  cause  absorption  of  effused  and  adventitious  material  and 
promote  healthful  contractions  of  unstriped  muscle  is  very  great.  By  the 
conjoint  use  of  the  primary,  or  coarse  wire  secondary,  faradic  current  the 
shrinkage  is  further  promoted. 

If  the  active  electrode  is  carried  a little  higher — and  this  is  facilitated 
by  its  being  hollow  and  serving  to  introduce  a cushion  of  water  before  it 
from  a syringe — it  is  a powerful  stimulant  to  an  atonic  bladder,  so  often 
associated  with  prostatitis. 

* Journal  of  Electro-Therapeutics,  July,  1894. 
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AncBmia  mid  Inflammation. — External  electrization  of  the  throat  is  of 
service  as  an  adjunct  in  the  treatment  of  inflamed  and  irritable  conditions 
of  the  larynx.  We  have  found  that  faradization  of  the  neck,  for  from  two 
to  five  minutes,  has  an  appreciable  and  agreeable  effect  in  diminishing 
the  irritation  produced  by  cauterization,  and  when  continued  exerts  a 
tonic  influence  on  the  organ.  In  cases  of  diseases  of  the  larynx,  connected 
with  hysteria  or  anaemia,  the  local  treatment  is  materially  aided  by  gen- 


eral faradization. 

Subacute  and  chronic  inflammations  of  the  pharynx  are  also  treated 
with  some  success  in  the  same  way,  and  on  the  same  principles. 

Method  of  External  Electrization. — The  larynx  may  be  electrized  ex- 
ternally by  various  positions  of  the  electrodes.  One  pole  may  be  placed 
at  the  back  of  the  neck  and  the  other  just  above  the  manubrium  sterni,  or 
the  poles  may  be  pressed  against  the  larynx  by  the  inner  border  of  the 
sterno-cleido-mastoid  muscle,  or  one  of  the  poles  may  be  in  the  hand  of 
the  patient.  These  methods  are  best  adapted  for  the  purposes  of  producing 
a sedative  or  tonic  effect  on  the  inflamed  and  irritated  membranes.  We 
have  frequently  used  this  treatment,  for  about  five  minutes  after  the  ap- 
plication to  the  larynx  of  irritating  caustics,  with  satisfactory  results. 
There  is  no  question  that  the  faradic  current,  employed  persevenngly  by 
these  methods,  and  in  cases  of  anaemia  and  general  debility,  by  general 
electrization,  will  alone  accomplish  something  in  anaemia,  subacute  in- 
flammations, and  nervous  debility  of  the  larynx. 

Aphonia. — Electricity  is  not  infrequently  of  the  greatest  service  m 
aphonia.  In  order,  however,  to  form  a correct  idea  of  its  value  in  these 
cases,  or  to  intelligently  communicate  the  results  of  electric  treatment,  it 
is  necessary  to  have  not  only  a knowledge  of  the  general  nature  of  the 
disease,  but  to  appreciate,  so  far  as  possible,  the  exact  pathologic  con  i- 
tion  of  each  individual  case.  Above  all,  it  is  necessary  to  decide  whether 
the  symptom  is  of  an  organic  or  of  the  so-called  functional  character. 
Mackenzie,  who  in  his  time  had  an  extended  experience  in  nervous  altec- 
tions  of  the  larynx,  and  their  treatment  by  electrization  and  otherwise, 
adopted  the  following  nomenclature  of  the  paralyses  of  the  muscles  ac 
ing  on  the  vocal  cords : * • h 

*“On  the  Laryngoscope,"  etc.,  p.  183.  Also  “ Hoarseness  Loss  of  Voice,  a 
Stridulous  Breathing,  in  Relation  to  Nervo-Muscular  Affections  of  the  Larynx. 
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1.  Bilateral  paralysis  of  the  adductors. 

2.  Unilateral  paralysis  of  the  adductors. 

3.  Bilateral  paralysis  of  the  abductors. 

4.  Unilateral  paralysis  of  an  abductor. 

5.  Paralysis  of  the  tensors. 

6.  Paralysis  of  the  laxors. 

The  first  of  the  above-mentioned  pathologic  conditions  of  aphonia  is 
supposed  to  depend  most  frequently  upon  hysteria  and  debility,  and  read- 
ily  yields  to  treatment.  In  these  cases,  however,  which  are  too  frequently 
but  the  local  manifestation  of  a constitutional  disorder,  it  has  been  our 
custom  to  rely  on  general  as  well  as  localized  electrization. 

Central  difficulty  is  rarely  a cause  of  bilateral  paralysis  of  the  adduc- 
tors, but  it  is  not  uncommon  in  certain  stages  of  phthisis.  In  37  cases  of 
phthisis,  examined  by  Mackenzie,  in  which  the  voice  was  affected,  he 
found  that  in  26  there  was  thickening  or  congestion  of  the  mucous  mem- 
brane of  the  larynx,  while  in  11  the  affection  was  purely  functional. 
Aphonia,  then,  coexisting  with  pulmonary  tuberculosis,  may  often  be 

readily  relieved  by  local  treatment  alone. 

Hysteria  and  debility  are  not  so  frequently  the  cause  of  unilateral 
paralysis  of  the  adductors  as  of  the  first-named  condition.  ^ This  second 
cause  of  aphonia,  however,  may  be  due  not  only  to  phthisis,  but  to  tox- 
zemic  poisoning,  to  syphilis,  to  cold,  to  muscular  strain,  and  even  to  cere- 
bral disease.  We  would  naturally  infer  that  this  form  of  aphonia  would 
be  more  persistent  than  the  first-named. 

Clinical  experience  has  confirmed  this  inference. 

Bilateral  paralysis  of  the  abductors  of  the  vocal  cords  has,  unfortu- 
nately, for  its  causation,  in  the  majority  of  cases,  some  central  difficulty. 

The  prognosis  is  of  course  most  serious,  but  fortunately  this  condition 
is  very  rarely  met  wdth.  Unilateral  paralysis  of  an  abductor,  although 
depending  on  the  same  general  cause  as  the  bilateral  form,  yet,  more  fre- 
quently than  the  last-named,  it  is  excited  by  some  peripheral  irritation,  as 
pressure  on  the  pneumogastric  nerve,  or  upon  one  recurrent  nerve,  by  an 
aneurism  of  the  arch  of  the  aorta.  The  prognosis  in  these  cases  is  also 
unfavorable. 

Paralysis  of  the  tensors  and  laxors  (both  the  bilateral  and  unilateral 
form)  are  supposed  to  result,  in  the  majority  of  cases,  from  a too  pro- 
longed or  violent  use  of  the  voice.  Both  are  said  to  be  quite  amenable  to 
treatment. 

Spasm  of  the  muscles  controlling  the  vocal  cords  is  an  additional  cause 
of  aphonia. 

Treatment. — Mackenzie’s  method  was  to  make  the  application  directly 
to  the  cords  by  means  of  laryngeal  electrodes  devised  by  him.  He  used 
the  faradic  current. 

The  direct  application  of  electricity  to  the  vocal  cords  is  undoubtedly 
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more  efficacious  in  restoring  loss  of  voice  than  simple  external  application. 
This  latter  method  is,  however,  underrated  when  it  is  said  that  it  “ seldom 
restores  the  voice  when  it  has  been  lost  any  length  of  time.”  Several 
•cases  that  we  have  treated  at  various  times  illustrate  very  decidedly  the 
beneficial  results  that  may  follow  external  applications,  even  in  cases 
where  the  disorder  has  persisted  several  months.  We  are  the  more  grati- 
fied to  be  able  to  make  this  statement  from  the  fact  that  the  external  is 
much  more  readily  performed  by  the  operator  than  the  internal  applica- 
tion, and  is  far  more  agreeable  to  the  patient.  It  is  far  better  at  first,  in 
all  ordinary  cases,  to  make  use  of  the  external  method,  and  if  it  does  not 
succeed,  it  is  time  enough  to  resort  to  the  direct  application.  The  instru- 
ment of  Mackenzie  is  thus  described  in  his  own  words : 

“ It  consists  of  two  parts,  viz.,  the  necklet,  which  the  patient  wears, 
and  to  which  one  chain  of  the  battery  is  attached,  and  the  laryngeal  elec- 
trode itself,  which  is  connected  with  the  other  conductor.  The  electrode  is 
so  constructed  (Fig.  170)  that  the  current  does  not  pass  beyond  a certain 
point  until  the  pole  is  seen  in  the  laryngeal  mirror  to  be  upon  the  vocal 
cords,  when  the  operator  touches  a little  spring  in  the  handle,  and  the 
current  immediately  passes  through  the  laryngeal  muscles.  The  necklet 
should  be  worn  rather  low,  so  that  it  covers  the  sides  of  the  cricoid  carti- 
lage, and  the  space  between  it  and  the  thyroid.  In  this  way  the  lateral  ad- 
ductors of  the  cords  (crico-arytenoidei  laterales)  can  be  most  easily 
reached;  and  the  arj'tenoideus  proprius,  or  central  adductor,  may  be  elec- 
trified by  placing  the  pole  on  the  posterior  surface  of  the  arytenoid  car- 
tilages. 

“ I generally  keep  the  pole  in  the  larynx  for  three  or  four  seconds  each 
time  it  is  introduced,  and  pass  a succession  of  short,  rapid  shocks  through 
the  larynx;  and  at  each  sitting  I apply  the  pole  to  the  interior  of  the 
laiymx  three  or  four  times.” 

Mackenzie  was  of  the  opinion  that  the  effects  are  of  a reflex  as  well  as 
direct  character. 

Meyer  * reports  successful  results  in  the  treatment  especially  of  hysteri- 
cal aphonia  by  the  electric  moxa,  applied  to  the  larynx. 

Some  of  his  cases  were  cured  by  a single  application;  in  others  a 
course  of  treatment  was  required.  Tobold  speaks  favorably  of  the  electric 
moxa  in  hysterical  aphonia.  It  should  be  borne  in  mind  that  in  hyster- 
ical aphonia  any  form  of  irritation,  external  or  internal,  electric  or  other- 
wise, may  cause  instantaneous  cure.  Some  of  the  most  brilliant  achieve- 
ments of  mesmerizers  and  of  those  who  practise  laying  on  of  hands  and 
other  flummeries,  have  been  made  in  hysterical  aphonia. 

Kmd  of  Current  to  be  Employed. — For  electrization  of  the  larynx,  ex- 
ternally and  internally,  both  currents  have  been  used  with  success. 


* Op.  cit.,  p.  436  etseq. 
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Irritation  of  the  Muscles  of  the  Larynx.* 


Crico- Thyroid. — This  muscle  may  be  caused  to  contract  by  applying 
pointed  electrodes  by  the  conoidal  ligament.  The  effect  of  the  contraction 
is  to  cause  the  annular  and  thyroid  cartilages  to  approach  each  other. 
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Arytenoid  Transverse,  at  the  posterior  surface  of  the  arytenoid  carti- 

* The  subject  of  direct  electrization  of  the  laryngeal  muscles  has  been  studied  by 
2iemssen,  “ Elektricitiit  in  der  Medicin,”  i866. 
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lages.  The  effect  of  the  contraction  of  the  muscles  is  to  cause  the  carti- 
lages to  approach  each  other. 

Crico-arytenoid  and  Thyro-arytenoid  Muscles,  in  the  sinus  pyriformis, 
between  the  posterior  border  of  the  thyroid  cartilages  and  the  plate  or  sur- 
face of  the  cricoid  cartilages. 

Crico-aryte?ioid  Posterio7'  (dilator  of  the  glottis),  downward  and  back- 
ward from  the  sinus  pyriformis. 

O'ico-arytenoid  Lateralis,  in  the  sinus  pyriformis  on  the  exterior  border 
of  the  surface  of  the  annular  cartilage.  Contraction  of  these  muscles  pro- 
duces rotation  of  the  cartilages  of  the  larynx,  with  movement  of  the  vocal 
cord  toward  the  median  line. 

Thyro-arytetioid,  beneath  the  anterior  superior  border  of  the  crico-ary- 
tenoideus  lateralis.  Contraction  of  this  muscle  brings  the  cartilages  of 
the  larynx  forward  and  downward,  and  narrows  the  glottis. 

Tliyro-epiglottic  and  Ary-epiglottic  Muscles,  at  the  border  of  the  epi- 
glottis. 

Prognosis  in  Aphonia. — The  prognosis  in  aphonia  depends  entirely  on 
the  pathology.  In  functional  (bilateral  paralysis  of  the  adductors) 
aphonia  the  prognosis  is  more  favorable  than  in  almost  any  other  disease 
that  is  known  to  science.  The  majority  of  cases  wall  recover,  whether 
external  or  internal  applications  are  used,  although  Mackenzie  contended 
that  the  recovery  is  much  surer  and  speedier  than  when  only  internal  ap- 
plications are  used.  He  said,  out  of  more  than  two  hundred  such  cases 
he  had  succeeded  in  all  except  four.  In  some  of  these  cases  the  aphonia 
w-as  of  six,  seven,  and  even  eight  years’  standing. 

In  unilateral  paralysis  of  the  adductors  the  prognosis  is  good  when  the 
origin  is  local,  and  bad  when  it  is  central. 

In  bilateral  paralysis  of  the  abductors  and  unilateral  paralysis  of  the 
abductor  the  prognosis  is  unfavorable. 

In  paralysis  of  the  tensors  of  the  vocal  cord  the  prognosis  is  usually 

favorable. 

In  paralysis  of  the  laxors  of  the  vocal  cord  the  prognosis  is  on  the 
whole  favorable,  but  much  time  is  required. 

Spasfnus  Glottidis  {Larytigisnms  Stridulus — Spasm  of  the  Cloths).— 
this  affection,  which  is  acknowledged  to  be  of  a nervous  character,  electric 
treatment  is  indicated  on  the  same  principles  on  which  it  is  indicated  in 

torticollis,  writer’s  cramp,  and  facial  spasm. 

The  disease  is  caused  by  any  influences  that  depress  the  system.  In 
children  it  may  arise  by  reflex  action  from  the  irritation  of  teething  or  of 
worms;  in  adults  it  is  often  an  accompaniment  of  hysteria,  and  arises 

from  diseases  of  the  sexual  organs. 

General  faradization  and  galvanization  of  the  sympathetic, 

and  external  galvanization  and  faradization  of  the  larynx  by  any  of  the 
methods  previously  described. 
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Tobold  reports  success  with  peripheral  and  central  galvanization  in 
this  disease.  A strong  maiden,  23  years  of  age,  who  was  attacked  regu- 
larly every  night  with  severe  spasms  of  the  larynx,  was  entirely  cured  in 
four  weeks  by  galvanization. 

Nervous  Cough. — Electric  treatment  is  sometimes  excellent  for  nervous 
coughs  of  various  kinds.  External  faradization  or  galvanization  or  cen- 
tral galvanization  are  indicated.  The  treatment  most  beneficial  in  our 
own  e.xperience  is  the  direct  application  of  the  galvanic  current,  15  to  20 
niilliamperes.  One  pole,  the  anode,  to  the  back  of  neck — the  other  to 
the  throat. 

Anesthesia  and  Hyperesthesia  of  the  Laryfix. — Anaesthesia  is  an  affec- 
tion but  rarely  observed.  It  would  be  most  likely  to  occur  from  injury  of 
the  pneumogastric  nerves  of  their  laryngeal  branches. 

It  is  rational  to  suppose  that  anaesthesia  of  the  larynx  might  be  suc- 
cessfully treated  by  electrization  in  its  various  forms,  on  the  same  princi- 
ple as  that  this  morbid  condition  is  treated  in  other  parts  of  the  body. 
Cases  of  hyperaesthesia  of  the  larynx  have  been  reported  by  Gerhardt  and 
Hanfield  Jones.  In  one  case  that  came  under  our  own  observation  no 
result  followed  electric  treatment. 

Atrophic  Rhinitis. — The  galvanic  current  is  of  value  in  this  condition. 
Delavan,*  of  New  York,  who  has  had  much  experience  in  its  use,  applies 
the  negative  pole  to  the  retronasal  space,  positive  to  the  nape  of  the  neck, 
using  a current  of  4 to  7 milliamperes  from  five  to  twelve  minutes.  He 
reports  favorable  results. 

Out  of  21  cases  Hartman  f reported  favorable  results  in  14. 

In  hypertrophic  rhinitis,  both  Delavan  and  Leute  find  the  application 
of  the  galvanic  current  decidedly  beneficial. 

Atrophic  Pharyngitis. — Equally  good  results  have  been  reported  in  the 
treatment  of  this  condition.  Shurly  J uses  cocaine  and  then  applies  one 
electrode  through  the  nasal  passage,  and  the  other  to  the  posterior  and 
lateral  wall  of  the  pharynx.  The  action  of  the  c rrent  increases  both  the 
secretion  and  color  of  the  membrane.  Sajous  has  observed  good  results  in 
a case  where  the  faradic  current  was  used. 

Anosmia.,  or  Loss  of  Smell. — A frequent  result  of  long-continued  rhinitis 
is  partial  or  complete  anosmia.  The  acute  form  that  appears  in  the  early 
stages  of  severe  cold  usually  passes  away  without  treatment  on  the  sub- 
sidence of  the  inflammation.  In  some  cases  anosmia  is  supposed  to,  and 
probably  does,  result  from  careless  and  too  prolonged  use  of  over-irritat- 
ing  injections.  There  are  various  grades  of  the  disease,  from  simple  and 
scarcely  perceptible  obtuseness  of  the  smell  to  absolute  inability  to  detect 
any  odor  whatever.  Kerosene,  coffee,  illuminating  gas,  make  no  more 
impression  than  substances  of  a negative  character. 

* Transactions  of  the  American  Laryngological  Association,  1887,  p.  146. 
t Ibid.,  1888,  p.  84,  X Ibid.,  1885,  p.  i. 
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Anosmia  may  also  result  from  central  as  well  as  peripheral  lesion. 

The  treatment  of  anosmia  may  be  both  external  and  internal.  The  ex- 
ternal treatment  is  the  same  as  that  recommended  for  rhinitis,  except  that 
the  current  should  be  much  stronger ; the  internal  treatment  consists  in 
the  direct  application  of  a metallic  electrode  to  the  mucous  membrare  of 
the  nasal  passages.  We  have  used  for  this  purpose  an  insulated  electrode, 
with  a metallic  bulbous  extremity  that  can  be  run  some  distance  up  the 
inferior  meatus.  An  insulated  Eustachian  catheter,  containing  a wire 
with  a bulbous  extremity,  serves  very  well  the  purpose,  or  a common 
silver  catheter,  uninsulated,  may  be  used;  or,  indeed,  any  flexible  metallic 
electrode  of  proper  size. 

A very  remarkable  case  of  six  years’  duration  referred  to  us  by  Dr.  D. 
B.  St.  John  Roosa,  when  the  patient  could  smell  nothing  but  fresh  ground 
coffee  and  kerosene  oil,  was  entirely  cured  by  two  applications  of  the 
faradic  current 
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For  tft'o  reasons  the  diseases  of  the  eye  are  not  quite  as  amenable  to 
electrization  as  corresponding  or  analogous  diseases  in  some  other  parts 
of  the  body. 

First.  The  anatomical  position  of  the  eye  is  such  that  the  current  can- 
not be  directly  localized  in  some  of  its  parts;  and  secondly,  the  applica- 
tion of  a very  strong  current  is  sometimes  contra-indicated  by  the  sensi- 
tiveness of  the  conjunctiva,  and  the  possible  injury  that  may  be  done  to 
the  brain. 

For  these  reasons  paresis  and  paralysis  of  the  muscles  of  the  eye — the 
conditions  of  the  organ  that  are  most  frequently  treated  by  electricity — 
cannot  be  as  successfully  subjected  to  electro-diagnosis  or  therapeutics 
as  the  same  conditions  of  many  other  muscles,  although  therapeutic  re- 
sults in  many  instances  of  a decided  character  are  obtained  from  electri- 
zation of  the  paretic  or  paralyzed  muscles. 

The  principal  diseases  of  the  eye  for  which  electricity  has  been  em- 
ployed with  more  or  less  success  are: 

Paralysis  of  the  Muscles, 

Asthenopia, 

Retinal  Hypereesthesia, 

Amaurosis  and  Amblyopia, 

Spasm  of  the  Lid, 


Ptosis, 

Opacities  of  the  Cornea, 
Photophobia, 

Granular  Conjunctivitis, 
and  Neuro-retinitis. 


Electrization  of  the  Eye. — The  electric  current  affects  the  eye  both  di- 
rectly and  through  reflex  action  from  the  fifth  pair,  and  also  through  the 
sympathetic.  As  has  been  stated,  the  anatomical  position  of  the  eye 
within  its  bony  cavity  makes  it  impossible  to  reach  all  its  parts  as  directly 
as  could  be  desired ; while  the  exceeding  delicacy  of  its  structure  makes 
it  at  least  very  difficult  to  make  the  applications  immediately  to  the  con- 
junctiva. 

The  eye  may  be  electrized  in  a general  way,  in  asthenopia,  for  exam- 
ple, by  pressing  one  large  positive  electrode  over  the  closed  eye,  and  the 
other  at  the  occiput  or  by  the  side  of  the  head  above  the  cheek-bone;  or 
one  of  the  electrodes  may  be  held  in  the  hand.  When  it  is  desired  to  pro- 
duce chemic  changes  in  the  eye  this  stable  method  of  application  may  be 
used  for  some  time.  Placing  the  positive  pole  on  the  forehead  or  in  the 
auriculo-maxillary  fossa,  the  superior  oblique  may  be  excited  with  the 
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negative  pole  on  the  upper  and  inner  part  of  the  orbit;  the  inferior  ob- 
lique and  rectus  internus  near  the  inner  angle  of  the  eye  on  the  side  of 
the  nose ; the  rectus  externus  at  the  outer  angle  of  the  eye ; the  rectus  su- 
perior at  the  upper  part,  and  the  rectus  inferior  at  the  lower  part  of  the 
eyeball.  Galvanization  of  the  eye  with  interrupted  currents  to  affect  the 
muscles  should  usually  be  short,  but  stable  or  labile  faradization  with 
large  electrodes  may  sometimes  be  made  for  a much  longer  time — three 
to  ten  minutes. 

Paresis  (exhaustion)  or  paralysis  of  the  muscles  of  the  eye  may  arise 
from  cerebral  lesions,  or  may  be  of  a peripheral  character.  Locomotor 
ataxia  is  frequently  preceded  or  accompanied  by  disorders  of  the  muscles 
of  the  eye. 

For  the  purpose  of  affecting  the  muscles  of  the  eye  the  galvanic  cur- 
rent is  usually  superior  to  the  faradic.  Galvanization  of  the  sympathetic 
should  also  be  tried  in  those  cases  that  are  supposed  to  be  of  cerebral 
origin.  Short  treatments,  from  one-quarter  of  a minute  to  one  or  two 
minutes,  are  preferable  to  longer  applications.  In  these  conditions  pro- 
tracted seances  not  unfrequently  do  injury. 

Here,  as  elsewhere,  the  sensitiveness  of  the  patient  and  the  results  in 
each  case  are  perhaps  the  best  guide.  And  yet  it  is  always  well  to  be 
cautious  in  the  first  application.  In  diseases  of  the  eye,  as  of  other  parts 
of  the  body,  we  meet  with  exceptional  cases  that  will  bear  and  be  bene- 
fited by  very  protracted  applications  of  mild  galvanic  currents. 

d'he  unfortunate  accident  that  happened  to  Duchenne — total  destruc- 
tion of  the  sight  of  a patient  immediately  after  galvanization— did  much 
for  a time  to  retard  the  electro-therapeutics  of  the  eye.  The  accident, 
however,  has  never  been  repeated,  although  the  electro-therapeutists  of 
the  present  day  galvanize  the  eye  and  the  brain  with  great  freedom. 

Localized  faradization  has  been  somewhat  successful  in  the  treatment 
of  paralysis  of  the  muscles  of  the  eye  in  the  hands  of  Meyer,*  Soelberg 
Wells,f  and  Althaus.J  Althaus  has  succeeded  with  the  faradic  current 
after  failure  with  the  galvanic.  The  current  reverser  electrode  is  very 
convenient  for  the  treatment  of  paralysis  of  the  muscles  of  the  eye. 

Prognosis  in  Paralysis  of  the  Muscles  of  the  Eye.—HhG.  prognosis  of 
paralysis  of  the  eye  that  depends  on  cerebral  lesions  is  usually  unfavor- 
able. Cases  that  arise  in  the  early  stages  of  disease  of  the  brain  or  spinal 
cord,  as  locomotor  ataxia,  and  early  syphilitic  cases,  offer  good  prognosis, 

though  they  are  disposed  to  relapse. 

Peripheral  cases,  when  taken  in  the  early  stages,  have  a very  favor- 
able prognosis,  but  not  so  with  cases  that  are  long  standing. 

Benedikt,  speaking  of  the  prognosis  in  cases  of  paralysis  of  the  eye, 
declares  that  of  eight  cases,  from  various  causes,  that  were  sent  to  him  y 


* Op.  cit.,  p.  378.  t “ Diseases  of  the  Eye,”  1869,  p.  568.  X Dp.  cit-t  P-  495* 
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Wecker,  of  Paris,  in  seven  there  was  immediate  improvement*  The  same 
writer  states  that  when  the  absolute  excursive  capacity  of  the  pupil  is  little 
altered,  but  double  vision  is  present  in  a great  part  of  the  visual  field,  the 
prognosis  is  unfavorable. 

In  some  cases  improvement  follows  early,  after  one  or  two  sittings,  or 
during  the  midst  of  the  sitting;  in  other  cases  not  until  ten  or  fifteen. 

The  tendency  with  patients  and  physicians  is  to  abandon  treatment  in 
paralysis  of  muscles  of  the  eye  without  giving  it  a fair  trial.  They  cer- 
tainly demand  as  long  treatment  as  analogous  affections  in  other  parts  of 
the  body. 

Asthenopia. — Asthenopia  may  depend  on  an  absolute  correlative  defi- 
ciency of  energy  in  the  muscle  of  accommodation ; or  of  the  internal  recti. 
It  is  accompanied  by  hypersesthesia  of  the  retina  and  ciliary  nerves. f Of 
these  two  forms,  the  accommodative  and  muscular,  the  accommodative  is 
the  more  frequent.  The  marked  effects  in  improving  the  tone  of  exhausted 
muscles  in  other  parts  of  the  body,  produced  by  electrization,  would  lead 
us  to  suppose  that  asthenopia  might  be  benefited  by  passing  either  the 
faradic  or  galvanic  current  through  the  eye. 

In  quite  a number  of  cases  of  weakness  of  eye  with  hyperaesthesia, 
that  have  not  been  accurately  recorded,  we  have  obtained  positive  and 
rapid  results.  For  those  very  numerous  cases  of  eyes  that  ache  severely 
if  used  even  for  a little  time  before  breakfast,  or  at  twilight,  or  in  reading 
fine  print,  or  doing  fine  needlework,  or  from  exposure  to  glaring  light.; 
that  perhaps  are  annoyed  by  muscae  volitantes  and  by  neuralgic  pains  in  or 
near  the  eye,  and  yet  in  which  ophthalmoscopic  examination  reveals  no 
lesion — for  such  cases  mild  labile  faradization  for  five  or  ten  minutes 
through  the  eye  with  the  positive  pole,  either  with  a moistened  sponge  or 
the  hand  of  the  operator,  while  the  negative  is  at  the  back  of  the  neck  or 
in  the  hand  of  the  patient,  is  certainly  a most  agreeable  and  efficacious 
remedy.  Stable  galvanization  is  also  useful  in  the  same  condition.  Cases 
of  this  kind  that  are  associated  with  general  feebleness,  with  hysteria  and 
dyspepsia,  are  sometimes  much  benefited  by  general  faradization  even 
when  the  eye  receives  no  local  treatment  whatever.  The  tired,  aching  eye 
is  both  temporarily  rested  and  relieved  after  each  sitting,  and  permanently 
strengthened  by  continued  treatment.  In  such  cases  electrization  does 
for  the  eye  what  it  does  for  the  stomach  or  larynx,  when  they  are  in  a 
condition  of  fatigue. 

We  believe  that  electro-therapeutics  promises  more  for  asthenopia, 
with  hyperaesthesia  of  the  retina,  than  for  any  other  disease  of  the  eye. 

From  the  known  effects  of  electrization  on  neuralgic  and  muscular 

*Op.  cit.,  p,  2Q2. 

f Stellwag,  “Treatise  on  Diseases  of  the  Eye,”  translated  by  Drs.  Hackley  and 
Roosa,  p.  622. 
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weakness  of  other  parts  of  the  body,  it  would  certainly  appear  that  asthe- 
nopia,  even  in  its  severe  phases,  might  also  be  successfully  treated  by  the 
same  agent.  The  subject  is  worthy  of  the  earnest  attention  of  ophthal- 
mologists. 

Amblyopia  and  Amaurosis. — Amblyopia  is  now  understood  to  be  a 
disorder  of  vision  dependent  on  disturbance  of  the  circulation,  while  amau- 
rosis is  to  be  regarded  as  a symptom  of  atrophy  of  the  optic  nerve. 

For  some  of  these  conditions  electrization  may  be  tried  with  advan- 
tage. 

A strong  encouragement  for  a faithful  trial  of  electricity  in  these  cases 
is  that  various  degrees  of  impairment  of  vision,  from  complete  blindness 
through  the  lower  grades,  have  been  sometimes  most  successfully  treated 
by  physicians  and  charlatans  with  diverse  methods  of  application.  De 
Saussure  cured  a case  of  amaurosis  by  static  electricity.  Lesueur,  Ma- 
gendie,  and  Person  successfully  used  faradization  in  the  same  cases. 

What  is  now  needed  is  a careful  and  persevering  trial  of  galvanization 
and  faradization  in  cases  of  amblyopia  and  amaurosis,  after  accurate  oph- 
thalmoscopic examination. 

Spastn  oj  the  Lid  {Blepharospasm).— ¥ ox  spasm  of  the  levator  palpebrae 
and  orbicularis  palpebrarum,  faradization  or  galvanization  is  indicated 
for  the  same  reason  that  it  is  indicated  in  torticollis,  facial  spasm,  and 
spasm  of  the  glottis. 

The  method  of  application  is  the  same  as  that  prescribed  for  asthe- 
nopia. 

Prognosis.— and  mild  cases  recover  rapidly.  Long-standing 
cases  are  sometimes  very  obstinate,  but  even  these  are  frequently  relieved 

for  a limited  time  after  each  sitting. 

Opacities  of  the  Cor?iea.—  Y\^o  electric  currents  have  been  employed 
with  more  or  less  success  for  opacities  of  the  cornea  for  many  years. 
Cases  have  been  reported  by  Isiglio,  Quadri,  Willebrand,  Tiirck,  and 
Graefe.  Recently  this  method  has  been  but  little  employed. 

The  galvanic  current  would  be  more  indicated  than  the  faradic.  Ex- 
ternal or  internal  applications  may  be  used. 

In  a case  of  opacity  of  the  cornea,  resulting  from  herpes  ophthalmicus, 
sent  to  us  by  Dr.  Prout,  there  was  a very  decided  clearing  up  under  a pro- 
tracted use  of  the  negative  pole  of  the  galvanic  current  applied  to  the 
closed  lid,  and  a part  of  the  time  directly  to  the  conjunctiva,  which  had 
been  rendered  anesthetic  by  the  herpes.  Alleman,'>=  of  New  York,  be- 
lieves that  the  increase  in  nutrition  aids  to  absorb  the  cicatricial  tissue 
and  reports  favorable  results. 

Opacities  of  the  Vitreous  Humor— Keratitis.— Lo  Fort  and  Carnus  re- 
port interesting  and  remarkable  results  in  the  treatment  of  opacities  ot 

* L’Electrotherapie,  Paris,  September,  1891. 
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the  vitreous  humor  by  the  galvanic  current.  The  applications  were  made 
with  one  pole  over  the  closed  eyelid,  and  the  other  in  the  auriculo-maxil- 
lary  fossa,  to  affect  at  the  same  time  the  nutrition  of  the  eye  through  the 
sympathetic.  In  some  of  the  cases  the  opacity  was  associated  with  or  re- 
sulted from  keratitis.  Alleman  has  seen  the  blepharospasm  and  pain 
markedly  relieved  by  one  and  a half  milliamperes  for  five  minutes. 

F/iotophobia.—Vhoto^hohiii  is  a symptom  of  so  many  different  patho- 
logical conditions  that  the  cases  of  cure  or  relief  obtained  in  it  by  the 
electric  currents  are  of  comparatively  little  value.  It  very  frequently  de- 
pends on  the  diseases  of  the  conjunctiva  and  cornea.  Hewson  reports  the 
cure  by  galvanization  of  thirty-two  cases  of  photophobia  dependent  on 
scrofulous  inflammation  of  the  cornea  in  children.  From  one  to  three 
applications  were  sufficient. 

The  positive  pole  was  applied  to  the  face  and  the  negative  to  the 
supra-orbital  foramen. 

Ptosis. This  affection,  which  consists  in  paralysis  of  the  elevator  of 

the  upper  lid,  is  to  be  treated  like  spasm  of  the  lid,  but  with  a stronger 

current.  ... 

Gra7iular  Conjunctivitis. — In  this  condition  the  direct  application  of 

the  galvanic  current  has  been  followed  by  some  encouraging  results  and 
is  worthy  of  further  trial. 

Pleuro-Tetinitis. — On  the  theory  that  neuro-retinitis  may  depend  on 
some  morbid  condition  of  the  sympathetic,  which  in  its  turn  may  be  con- 
nected with  various  cerebral  affections,*  it  has  been  treated  by  galvaniza- 
tion of  the  sympathetic,  and  of  the  brain. 

Indeed,  from  our  experiments  in  galvanization  of  the  sympathetic  it 
would  appear  that  in  neuro-retinitis,  and,  indeed,  in  all  affections  where 
we  wish  to  affect  the  vascular  condition  of  the  retina,  galvanization  of  the 
sympathetic  would  very  properly  be  indicated  in  connection  with  other 
remedies  directed  to  the  disease.  The  subject  is  certainly  worthy  of  in- 
vestigation. 

Strabismus. — In  strabismus,  dependent  on  merely  transitory  causes, 
faradization  or  galvanization  may  be  of  service;  but  the  results  yet  re- 
ported are  not  of  great  importance. 

That  temporary  relief  of  strabismus  may  be  derived  from  faradization 
we  demonstrated  in  several  instances.  The  method  of  application  is  the 
same  as  that  for  paralysis  of  the  muscles. 

Cataract. — The  literature  relating  to  the  use  of  galvanism  in  the  treat- 
ment of  cataract  is  very  considerable,  but,  at  the  same  time,  both  the 
opinions  and  statements  are  very  conflicting.  Crussel,  of  St.  Petersburg, 
claimed  to  have  had  successes.  His  method  was  to  introduce  into  the 
lens  a needle  connected  with  the  negative  pole,  while  the  positive  was 


* Benedikt,  op.  cit.,  pp.  252,  253,  254. 
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applied  to  the  tongue.  In  this  way  the  cataract  was  subjected  to  the 
three  factors  of  mechanical  disintegration  by  the  needle,  to  the  chemic  in- 
fluence  of  the  negative  pole,  and  “ probably,  also,  to  the  macerating  action 
of  the  aqueous  humor  penetrating  the  lens  through  the  puncture  made  in 
the  capsule  by  the  needle.”  Bergmann,  Newmann,  Mildner,  Benedikt, 
Strauch,  and  others,  on  the  contrary,  claim  that  the  results  are  not  suffi- 
ciently favorable  to  counterbalance  the  dangerous  inflammation  that  is 
liable  to  follow.*  Rosenthal  used  external  applications,  and  claimed  to 
have  cured  two  out  of  three  patients  whom  he  thus  treated.  Two  cases  of 
cures  have  been  reported  by  Neftel.  The  cases  were  subsequently  exam- 
ined by  Drs.  Agnew  and  Knapp,  who  failed  to  find  evidence  of  any  im- 
provement that  could  be  attributed  to  electricity. 

Among  other  diseases  of  the  eye  in  which  electricity  may  be  tried  ex- 
perimentally, with  the  hope  of  greater  or  less  success,  are  anaesthesia 
optica  and  nystagmus. 

Diseases  of  the  Ear. — The  diseases  of  the  ear  are  less  amenable  to 
treatment  by  electricity  than  analogous  diseases  in  most  other  parts  of  the 
body.  By  its  anatomical  position  the  internal  ear  is  even  more  inacces- 
sible than  the  eye;  and  even  the  parts  which  can  be  brought  more  directly 
under  the  influence  of  electrization,  as  the  middle  ear,  the  membrana  tym- 
pani,  and  external  auditory  canal,  can  bear  only  feeble  currents.  Hence 
it  is  that  there  is  no  branch  of  electro-therapeutics  where  there  has  been 
such  general  disappointment  both  among  aurists  and  electro-therapeutists 
as  in  diseases  of  the  ear. 

The  morbid  conditions  of  the  ear  for  which  electrization  has  been 
found  of  .some  service  are  subacute  and  chronic  inflammation  of  the  drum 
and  middle  ear,  nervous  deafness,  and  tinnitus  aurium. 

Experiments  on  the  ear  were  made  quite  early  in  the  history  of  elec- 
tro-therapeutics. 

Brennerf  gives  the  following  bibliography  of  this  dejDartment  in  the 
early  part  of  the  present  century : 

Augustin  : “ Versuch  einer  Geschichte  der  galvanischen  Elektricitat  und  ihrer  medi- 
cinischen  Anvvendung,”  Berlin,  i8oi  (tliis  work  contains  a quantitative  distinction  in  the 
working  of  both  poles  on  the  nerves  of  hearing);  also,  “Von  Galvanismus  und  dessen 
Anwendung,”  i8oi,  by  the  same  author. — Merzdorff  : “ Behandlung  des  Ohrensau- 
sens  durch  den  Galvanischen  Strom,”  bei  Grapengiesser,  l8oi,  pp.  131  and  132. — 
Flies;  “ Galvano-therapeutische  Versuche,”  Ebendas.,  1801,  pp.  241,  252. — Stellwag : 
“ Ueber  Galvanismus,”  Hamburg,  1802  (this  work  contains  cures  of  deafness). — Struwe  : 
“System  der  Medicinischen  Elektricitat  mit  RUcksicht  auf  den  Galvanismus,”  1802.— 


* For  the  literature  of  the  subject  consult  Canstatt’s  Jahresbericht  for  1841-45 
also  Schmidt’s  JahrbUcher  for  1841-42.  quoted  from  Evetzky’s  article  “ On  the  Na- 
ture of  Cataract,”  etc..  New  York  Medical  Journal,  July,  1880,  to  which  we  are  indebted. 

j-  “ Untersuchungen  und  Beobachtungen  auf  dem  Gebiete  der  Electrotherapie,  r 
Band,  i Abth.,  1868,  p.  40. 
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WoLKE  : “ Nachricht  von  den  zu  Fever  durch  die  Galvani-Voltaische  GehOrgebekunst 
beglUckten  Taubstummen,”  etc.,  OsnabrUck,  1802.— Martens’  “ Therapeutische  An- 
wendung  des  Galvanismus,”  1803. 

It  was  natural  that  attempts  to  cure  diseases  of  the  ear  should  be  made 
thus  early  in  the  history  of  electro-therapeutics,  because  at  that  time  there 
was  scarcely  any  other  method  of  treatment. 

There  are  two  general  methods  of  electrizing  the  ear — internal  and 
external. 


Fig.  171.— Internal  Method  of  Electrization  of  the  Ear  (Duchenne). 

A,  Auricle ; £,  external  auditory  canal ; C,  handle  of  electrode  ; Z>,  flexible  wire  ; E, 
rubber  speculum ; A",  ossicula  in  middle  ear  ; 6^,  mouth  of  tube  ; auditory  nerve  in  inner 
ear ; /,  inferior  half  membrana  tympani ; /,  external  muscle  of  hammer ; K,  internal  muscle 
of  hammer. 

The  flexible  wire  can  be  pressed  in  toward  the  drum  and  then  allowed 
to  spring  back.  The  external  auditory  canal  is  very  sensitive,  and  only 
mild  currents,  or  currents  quickly  interrupted,  will  be  borne.  The  other 
electrode  may  be  placed  in  the  hand  of  the  opposite  side,  or  at  the  mouth 
of  the  Eustachian  tube,  by  means  of  a metallic-pointed  insulated  catheter. 
It  is  an  advantage  before  making  the  application  to  partly  fill,  or  at  least 
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to  moisten,  the  ear  with  warm  salt  water,  since  thereby  the  conduction  is 
much  increased.  The  water  should  be  warm,  because  cold  water  is  not 
well  borne  in  the  ear. 

External  Method. — The  best  external  method  of  electrizing  the  ear  is 
to  press  the  electrode  firmly  on  the  tragus,  the  other  electrode  being  held, 
as  before,  in  the  hand  of  the  opposite  side.  The  ear  should  be  filled  with 
warm  salt  water,  although  this  is  not  necessary. 

We  have  used  this  method  for  several  years  with  both  the  faradic  and 
galvanic  currents,  and  prefer  it  for  all  cases  except  when  it  is  desired  to 
act  directly  on  the  inflamed  surfaces  of  the  drum,  or  middle  ear.  It  is 
far  less  painful  and  more  satisfactory  than  the  internal  method.  It  may 
be  used  on  the  most  sensitive  children,  who  would  rebel  against  the  in- 
ternal method,  however  skilfully  performed. 

The  sitting  should  not  usually  be  more  than  five  or  ten  minutes,  and 
in  some  cases  much  shorter  applications  should  be  used,  especially  when 
the  galvanic  current  is  used. 

The  electro-physiology  of  the  ear  has  already  been  described  in  the 
section  on  Electro-Physiology. 

Electro-Diagnosis. — The  electro-diagnosis  of  diseases  of  the  ear  has 
been  specially  studied  by  Brenner. 

The  leading  idea  of  this  observer  * is  that  the  reaction  of  the  auditory 
nerve  to  the  galvanic  current  is  variously  changed  by  pathologic  condi- 
tions. 

The  normal  formula  has  already  been  given.  (See  Electro-Physiol- 

ogy-) 

The  difficulties  in  the  practical  application  of  this  method  of  electro- 
diagnosis are  very  great.  The  normal  formula  can  be  obtained  only  in  a 
certain  proportion  of  cases,  and  then  oftentimes  by  painful  currents. 
Even  when  we  obtain  apparent  deviations  from  the  normal  formula,  we 
are  not  always  sure  just  what  such  deviation  indicates,  either  in  special 
pathology  or  in  therapeutics. 

Changes  in  the  Reaction  of  the  Auditory  JRerve  in  Pathologic  Cases. — In 
pathologic  cases  the  normal  formula  may  undergo  various  changes. 

These  changes  in  the  reactions  that  appear  in  diseases  of  the  ear  may 
be  embraced  under  the  following  heads :f 

I.  Hypertesthesia  of  the  nerve,  so  that  it  reacts  to  a milder  current 
than  normal,  or  reacts  longer  or  more  powerfully.  This  may  be  either 
simple  or  complicated  with  qualitative  change  in  the  formula,  or  with 

* “ Zur  Elektrophysiologie  und  Elektropathologie  des  Nervus  Acusticus,”  Petersburger 
med.  Zeitschr.,  Bd.  4,  P-  286,  1863.  Also,  “ Weitere  Mittheilungen  zur  Elektro-otra- 
trik,”  Petersburger  med.  Zeitschr.,  Bd.  5,  P-  35>  1863.  And  more  recently  in  his  pub- 
lished work,  “ Untersuchungen  und  Beobachtungen  auf  dem  Gebiete  der  Elektrothera- 
pie,”  Leipzig,  1868  and  1869. 

f Brenner:  Op.  cit..  Band  i.,  p.  181  et  seq. 
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paradoxical  formula  in  the  ear  not  experimented  on,  or  with  morbid  sub- 
jective sensations  of  hearing.  _ 

2.  Change  in  the  formula  of  reaction  without  hypersesthesia.  These 
changes  are  either  in  inversion  of  the  normal  formula,  or  deviations  of 

various  kinds. 

3.  Torpor  of  the  nerve  (anaesthesia),  so  that  it  does  not  react,  or  only 
to  a stronger  current  than  normal. 

General  Therapeutic  Results  of  Electric  Treatment  of  Diseases  of  the 
Ear.—lxv  the  United  States,  cures  of  deafness,  without  regard  to  the  path- 
ology on  which  the  symptom  of  deafness  depends,  have  occasionally  been 
accomplished  by  uneducated  empirics,  who  have  treated  all  forms  of  dis- 
ease of  the  ear,  from  inspissated  cerumen  to  disease  of  the  auditory  nerve, 
by  some  unscientific  and  uniform  method  of  faradization. 

Duchenne  reports  one  case  by  faradization  of  hysterical  deafness  of 
many  months’  standing;  one  caused  by  quinine;  one  consecutive  to  an 
eruptive  fever;  one  following  measles;  one  of  twenty  years’  standing. 
Several  cases  of  nervous  deaf-muteism  were  also  improved. 

The  conclusions  to  which  he  arrived  are  as  follows ; * 

1.  “That  nervous  hysterical  deafness  is  generally  cured  by  electric 
excitation  of  the  chorda  tympani  and  movements  of  the  chain  of  little 
bones.” 

2.  “That  cases  of  nervous  deafness  consecutive  to  eruptive  and  con- 
tinued fevers  have  been  cured  by  the  same  treatment,  even  though  they 
have  been  of  long  standing,  and,  from  the  fact  of  their  resistance  to  ordi- 
nary remedies,  have  appeared  to  be  incurable. 

3.  “ That  probably  the  therapeutical  action  of  the  process  of  faradization 
is  chiefly  due  to  the  undulations  of  the  labyrinthine  liquid  produced  by 
the  movements  of  the  chain  of  little  bones,  and  consequently  of  the 
fenestra  ovali.” 

4.  “ That  electric  exploration  of  the  ear  furnishes  no  pathognomonic 
sign  which  permits  the  prognosis  of  incurability  of  the  deafness.” 

Subacute  atid  Chronic  Inflammation  of  the  Middle  Ear. — As  far  as  we 
can  judge  from  our  own  observations,  old  cases  of  chronic  inflammation 
of  the  middle  ear,  where  the  hearing  power  is  so  much  impaired  that  a 
watch  can  be  heard  only  on  pressure,  offer  an  unfavorable  prognosis. 

The  best  results  are  obtained  in  those  cases  that  are  just  passing  from 
the  subacute  to  the  chronic  stage.  We  are  inclined  to  the  belief  that  these 
results,  when  they  do  occur,  are  brought  about  by  the  mechanical  action 
of  the  faradic  current  on  the  adhesions  within  the  middle  ear.  In  some 
even  long-standing  cases  of  chronic  inflammation  of  the  middle  ear  tem- 
porary improvement  of  hearing  immediately  follows  faradization  or  gal- 
vanization. 

* " Treatise  on  Diseases  of  the  Ear,”  translated  and  edited  by  Dr.  D.  B.  St.  John 
Roosa,  second  American  edition,  i86g,  pp.  1013,  1030. 
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Tinnitus  Aurium. — The  very  frequent  and  very  distressing  symptom 
tinnitus  aurium,  and  which  accompanies  so  many  of  the  morbid  processes 
in  the  auditory  apparatus,  is  not  relieved  by  electric  treatment  as  uni- 
formly as  a priori  reasons  would  lead  us  to  expect.  The  capriciousness 
and  uncertainty  of  the  results  in  such  cases  are  partly  to  be  explained  by 
the  fact  that  tinnitus  aurium  is  a symptom  of  such  diverse  and  sometimes 
undiscoverable  pathologic  conditions.  Local  galvanization  by  the  exter- 
nal method,  or  galvanization  of  the  sympathetic,  sometimes  avails  for  the 
temporary  relief  of  this  affection,  and  in  some  cases  a more  or  less  perma- 
nent cure  is  obtained. 

Galvanization  of  the  cervical  sympathetic  affects  the  ear  just  as  it 
affects  the  retina,  through  modification  of  the  circulation  in  the  brain. 
Dr.  Rumbold,  of  St.  Louis,  reports  two  cases  of  tinnitus  aurium  in  which 
local  galvanization  was  of  great  service.* * * § 

With  reference  to  the  therapeutic  value  of  the  galvanic  current,  es- 
pecially in  the  treatment  of  diseases  of  the  ear,  Brenner  f and  Hagen  J 
substantially  agree  to  the  following  propositions: 

I.  The  galvanic  current  is  indicated  not  only  for  those  cases  where  no 
morbid  changes  can  be  diagnosticated,  but  also  in  all  cases,  however  com- 
plicated, in  which  the  abnormal  reaction  to  the  current  shows  that  the 
nerve  participates  in  the  disease. 

2.  The  galvanic  treatment  may  aid  in  the  absorption  of  morbid  de- 
posits. 

From  our  survey  of  the  literature  of  the  subject,  and  from  our  own 
comparative  observations,  we  are  justified  in  these  two  conclusions: 

First.  The  galvanic  current  is  on  the  whole  of  greater  service,  and  is 
of  greater  promise  in  the  electro-therapeutics  of  the  ear  than  the  faradic. 

Second.  The  results  obtained  in  the  electric  examinations  are  not  uni- 
form or  always  reliable  guides  to  the  special  method  of  treatment  that  it 
is  best  to  adopt. 

Reasoning  a priori,  it  w'ould  be  inferred  that  the  reaction  of  hyperaes- 
thesia  would  call  for  treatment  by  the  anode,  and  the  reaction  of  torpor 
(anaesthesia)  for  treatment  by  the  cathode;  but  experience  shows  that 
there  is  no  uniformity  to  this  law. 

Moos  § found  that  the  cathode  at  one  time  exercised  a temporarily 
beneficial  influence  on  the  subjective  symptoms,  which  usually  disappeared 
only  under  the  anode. 

Erb  I also,  in  case  of  “ simple  hyperaesthesia  of  the  right  auditory 
nerve,”  with  “ inversion  of  the  normal  formula,”  found  that  the  tinnitus 

* Archives  of  Electrology  and  Neurology,  May,  1874. 

f Op.  cit.,  Bandi.,  p.  262. 

\ “ Praktische  Beitrage  zur  Ohrenheilkunde,”  Leipzig,  1866,  p.  29. 

§ Archives  Ophthal.  and  OtoL,  vol.  i.,  No.  2,  p,  488. 

II  Archives  Ophthal.  and  Otol.,  vol.  i.,  No.  i,  p.  28. 
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was  quieted  by  the  closing  of  the  cathode  (KaS)  and  not  by  the  closing 
of  the  anode,  as  would  have  been  expected. 

Still  further,  it  is  not  demonstrated  that  in  many  of  the  cases  of  hyper- 
jESthesia  that  were  successfully  treated  by  the  anode,  or  of  torpor  (an- 
sesthesia)  that  were  successfully  treated  by  the  cathode,  the  results  might 
have  been  equally  or  more  successful  if  the  poles  had  been  reversed. 
The  conclusion  is,  therefore,  that  while  the  general  law  laid  down,  that 
the  positive  pole  is  on  the  whole  the  more  calming  and  the  negative  the 
more  irritating,  applies  to  the  auditory  nerve  as  to  other  parts  of  the  body, 
yet  it  is  always  liable  to  many  real  or  apparent  exceptions,  and  in  the 
present  state  of  our  knowledge  the  rule  can  never  be  made  an  absolute  or 
uniform  guide  in  the  electro-therapeutics  of  the  ear. 

Brenner  * details  eleven  cases  of  diseases  of  the  ear  treated  by  the  gal- 
vanic current. 

In  one  case  of  thickening  of  the  drum,  the  current  caused  absorption. 

In  one  case  of  hyperaesthesia,  with  tinnitus  aurium  and  anatomical 
changes  in  the  middle  ear,  the  tinnitus  was  rapidly  cured. 

In  one  case  of  hyperaesthesia,  after  the  use  of  quinine  there  was  re- 
covery. 

In  one  case  of  hyperaesthesia,  with  tinnitus  aurium  and  catarrh  of  the 
middle  ear,  the  tinnitus  was  cured. 

In  one  case  of  obstinate  subjective  symptoms  of  various  kinds  there 
was  improvement  under  great  difficulties  of  application. 

In  one  case  of  noises  in  the  head  and  ears,  of  ten  years’  standing,  with 
important  anatomical  changes  in  the  ear,  there  was  improvement. 

Of  deafness,  tsvo  cases  were  improved,  one  was  much  improved,  and 
one  was  cured.  The  case  which  recovered  was  one  of  facial  paralysis, 
with  anomalous  reaction  of  the  auditory  nerves. 

In  all  the  cases  there  were  anatomical  changes. 

In  some  cases  the  treatment  was  quite  persistent. 

Hysterical  Deafness. — When  deafness  depends  on  simple  hysteria  the 
results  of  electric  treatment  may  be  very  brilliant. 

Dr.  Moos,  of  Heidelberg,  has  published  a case  of  recovery  from  hys- 
terical deafness  under  the  influence  of  the  galvanic  current,  which  is  the 
most  remarkable,  of  any  which  have  been  scientifically  reported. 

Deafness  following  Cerebro-Spmal  Fever. — Our  own  experiments  in  the 
electric  treatment  of  deafness,  following  cerebro-spinal  fever,  have  been 
entirely  unsatisfactory. 

Moosf  relates  a case  of  cerebro-spinal  meningitis  that  was  followed 
by  complete  deafness  that  gradually  improved  so  that  he  could  hear  one 
or  two  feet.  The  patient  was  troubled  with  tinnitus  aurium  and  also  with 

* Op.  cit.,  Band  i.,  2 Abth.,  p.  233  et  seq.  Brenner  also  mentions  the  fact  that  he 
failed  in  seventeen  cases  of  tinnitus.  Loc.  cit.,  p.  235. 

t Archives  of  Ophthalmology  and  Otology,  vol.  ii..  No.  i,  p.  332. 
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headache  and  vertigo.  With  the  right  ear  he  heard  nothing;  with  the 
left  ear  could  hear  the  voice  two  feet.  Temporarily  the  anode  produced  a 
diminution  of  the  subjective  noises.  After  twenty-two  sittings  the  hear- 
ing power  was  raised  to  eighteen  paces ; the  noises  and  giddiness  were 
much  diminished. 

Chrotiic  Supptiratmi  of  the  Middle  Ear. — We  have  experimented  some- 
what in  the  treatment  of  chronic  suppuration  of  the  middle  ear  by  the 
local  use  of  the  galvanic  current.  The  experiments  were  made  both  in 
private  practice  and  at  the  Brooklyn  Eye  and  Ear  Hospital  in  connection 
with  Drs.  Matthewson,  Newton,  and  Prout.  The  theory  on  which  the  ex- 
periments were  based  was  that  ulcerous  conditions  in  the  ear  might  be 
treated  electrically  just  like  similar  conditions  in  other  parts.  Ulcers  on 
the  mucous  membrane  do  not  yield  as  readily  to  electric  treatment  as 
ulcers  on  the  surface  of  the  body,  and  do  not  bear  electricity  as  well;  they 
are,  however,  somewhat  susceptible  of  electric  treatment,  as  is  shown 
by  experiments  in  chronic  urethritis  and  granular  lids. 

The  method  of  treatment  adopted  in  these  experiments  was  to  insert  an 
electrode  with  a long  narrow  extremity,  covered  with  a little  cotton,  into 
the  auditory  canal,  through  a rubber  speculum,  the  canal  being  filled 
with  tepid  water.  The  electrode  is  usually  connected  with  the  negative 
pole  of  the  galvanic  current,  though  sometimes  with  the  positive  pole, 
'rhe  circuit  is  completed  by  the  hand  of  the  patient  holding  a sponge 
electrode  or  resting  on  a stationary  electrode.  Only  very  weak  currents 
and  very  short  applications  are  borne,  and  it  is  almost  indispensable  to 
have  some  kind  of  rheostat,  so  that  the  current  may  be  gradually  shut  on 
or  off. 

Under  this  treatment  the  character  of  the  discharge  changes,  and  in 
some  cases  the  recovery  was  certainly  more  rapid  and  satisfactory  than  it 
would  have  been  without  it.* 

* Vide  Dr.  Roosa,  “ Treatise  on  Diseases  of  the  Ear.” 
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MIDWIFERY. 

The  use  of  electricity  in  midwifery  was  first  recommended  by  Bertho- 
lon  and  Herder  (1803).  Kilian  afterwards  used  “galvanic  obstetric  for- 
ceps,” made  of  two  metals.* * * §  Faradic  currents  were  first  used  for  bringing 
on  labor-pains  by  Honiger,  Zyly,  and  Jacoby,  of  Neustadt,  in  1844.  Since 
that  time  the  same  agent  has  been  used  for  this  purpose  by  authorities  too 
numerous  to  mention  and  by  practitioners  everywhere. 

The  indication  for  the  use  of  the  current  in  midwifery  is  declared  to 
be  an  adynamic  condition  of  the  uterus,  when  other  conditions  are  favor- 
able for  or  necessitate  immediate  delivery.  Dempsey  records  a case 
where,  after  ergot  in  large  doses  had  failed,  faradization  for  forty  minutes 
produced  uterine  contractions  that  resulted  in  the  delivery  of  the  child. 

Frank  reports  a case  of  miscarriage  from  a fall,  in  which  faradization 
produced  contractions  of  the  uterus,  and  stopped  the  very  profuse  hemor- 
rhage. Mackenzie  succeeded  in  stopping  the  hemorrhage  in  two  cases  of 
placenta  praevia.  In  one  case  the  current  was  applied  for  six,  and  in  the 
other  for  three  hours.f 

These  observers  claim  that  electricity  acts  more  quickly,  more  uni- 
formly, and  with  less  injurious  effects  than  ergot.f 

Both  M.  de  Saint  Germain  and  Tripier  are  highly  in  favor  of  faradi- 
zation in  the  last  stages  of  delivery.  When  the  labor  has  fairly  begun, 
the  pains  coming  on  at  intervals  of  about  a quarter  of  an  hour.  Tripier 
faradizes  the  lumbar  region. 

Uterine  contractions  soon  follow  and  occur  more  frequently,  while  the 
dilatation  of  the  neck  takes  place  rapidly.  In  cases  of  confinement  M. 
Tripier  always  faradizes  the  lumbar  region  by  means  of  two  electrodes, 
and  sometimes  he  applies  one  pole  directly  to  the  uterus.  According  to 
his  account  the  placenta  is  expelled  immediately  after  the  fcetus,  and 
although  it  was  evident  that  the  child  felt  the  current,  not  the  slightest  in- 
jury has  ever  been  inflicted.§  During  the  last  few  years  there  has  been  a 
revival  of  interest  in  the  use  of  faradization  in  midwifery.  Quite  a num- 
ber of  observers  in  different  countries  have  reported  good  results. 

* Meyer:  Op.  cit.,  p.  452. 

I Journal  de  Medecine. 

t Quoted  by  Meyer;  Op.  cit.,  pp.  452. 

§ Simpson  and  Scanzoni,  on  the  other  hand,  deny  the  utility  of  electricity  in  midwifery. 
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Dr.  A.  Murray,  of  this  city,  informs  us  that  he  has  treated  eighty-two 
cases  of  inertia  uteri,  in  second  stage  of  labor,  by  external  faradization, 
and  always  with  good  results.  He  states  that  it  acts  much  more  speedily 
than  ergot.  His  method  is  to  place  one  pole  on  the  sacrum  and  the 
other  over  the  abdomen.  The  applications  are  continued  from  eight  to 
ten  minutes. 

Post-Partum  Hemorrhage. — Faradization  has  also  been  used  with  good 
effect  in  post-partum  hemorrhage.  The  old  method  of  introducing  one 
electrode  of  an  induction  apparatus  into  the  uterus  and  applying  the  other 
over  the  abdomen  is  in  many  cases  efficient  and  has  undoubtedly  saved 
many  lives,  by  the  promptness  with  which  it  induced  uterine  contractions. 
The  efficiency  and  promptness  of  this  method,  however,  are  not  nearly  so 
great  as  the  bipolar  method,  when  both  poles  are  introduced  into  the 
uterus  and  the  induced  current  of  quantity  employed.  In  the  treatment  of 
post-partum  hemorrhage  it  is  of  the  greatest  importance  that  the  wide 
difference  between  the  action  of  the  currents  of  quantity  and  tension  on 
the  uterine  tissues  be  thoroughly  appreciated.  One  who  is  accustomed 
only  to  external  applications  would  very  naturally,  if  suddenly  called 
upon  to  treat  a case  of  post-partum  hemorrhage,  use  the  current  of  tension, 
w'hich  ordinary  experience  has  shown  to  be  so  much  stronger  than  the 
other.  In  doing  this,  however,  he  would  be  likely,  if  there  existed  a 
marked  adynamic  condition  of  the  uterus,  to  fail  utterly  in  inducing  any 
adequate  muscular  contractions,  and  a fatal  hemorrhage  ensue  with  a 
remedy  at  hand  capable  of  successfully  combating  it.  In  all  such  treat- 
ment it  is  hardly  necessary  to  say  that  one  should  exercise  the  most  care- 
ful antiseptic  precautions. 

P)iseases  of  the  Hammary  Gland — Deficient  Lacteal  Secretion.  Secre- 
tion of  milk  may  be  increased  by  electrization.  Two  methods  of  faradi- 
zation have  been  proposed,  one  by  means  of  moist  electrodes  on  the  gland, 
the  other  by  dry  electrodes,  with  a view  to  excite  the  secretion  of  the  gland 

by  reflex  action.  ^ 

Successful  cases  have  been  reported  by  Aubert  and  Becquerel. 
Aubert  cured  one  of  his  cases  by  dry,  the  other  by  moist  electrodes.  In 
the  first  case  the  patient  had  no  milk  three  weeks  after  parturition.  Affer 
a delay  of  seven  months  the  treatment  was  applied.  The  third  application 
brought  on  a milk-fever;  after  the  fifth  milk  appeared.  In  the  other  case 
the  mother  was  attacked  by  pneumonia  eleven  and  one-half  months  after 
confinement.  As  a consequence  the  lacteal  secretion  ceased.  Four  fara- 
dizations with  moist  electrodes  filled  the  breasts. 

In  Becquerel’s  case  recovery  was  obtained  by  three  applications. 
Similar  results  have  been  obtained  by  other  observers. 

Dr.  Skinner,  of  Liverpool  (quoted  by  Althaus),  reports  a case  of  a lady 

* Quoted  by  Meyer:  Op.  cit.,  pp.  451  and  452. 


: 

'■  i 


ik 


i 


V 


MIDWIFERY. 


497 


•who,  -while  nursing  her  fifth  child,  suffered  complete  suppression  of  the 
lacteal  secretion,  which  the  doctor  attributed  to  the  tincture  of  iron  she 
was  taking.  He  applied  the  current  (probably  the  faradic,  which,  on  ac- 
count of  its  greater  mechanical  effects,  would  be  more  indicated  in  such 
cases)  to  the  left  breast.  The  patient  felt  a rush  of  milk  to  the  breast, 
and  in  a few  hours  a full  supply  appeared. 

The  right  breast  had  not  been  used  for  some  time,  on  account  of  a 
previous  abscess.  As  a new  experiment,  the  doctor  made  two  applications 
of  five  minutes  each  to  this  breast,  and  brought  on  as  much  milk  as  in 
the  other. 

Dr.  A.  Murray  informs  us  that  he  has  tried  faradization  as  a galacta- 
gogue  in  thirty-seven  cases.  He  found  it  efficacious  in  about  two-thirds 
of  the  cases. 

Sore  Nipples. — Sore  nipples,  like  ulcers  and  fistulae  in  general,  may  be 
treated  electrically  by  either  current,  but  the  galvanic  is  preferable. 

Different  forms  of  galvanic  nipple-shields  have  been  devised.  These 
act  like  the  electric  disks  and  other  body  batteries. 

Extra-  Uterine  Pregnancy. — So  far  as  known  the  first  case  of  ectopic 


gestation  treated  by  electricity  in  this  country  was  by  Allen,  of  Philadel- 
phia, in  1869;  but  as  early  as  1853  Bachetti,  in  Italy,  and  in  1866  Hicks, 
in  England,  each  treated  a case.  It  was  not,  however,  until  1878  that  the 
treatment  began  to  receive  any  sort  of  recognition,  and  it  was  due  to  the 
following  remarkable  case  which  we  treated  for  Dr.  McBurney,  and  which 
will  be  found  more  fully  reported  by  him  in  the  New  York  Medical 
Journal,  Vol.  XXII.  No  3. 

Dr.  McBurney  first  detected  this  condition  in  a young  woman  aged 
twenty-two,  and  called  in  Drs.  T.  G.  Thomas  and  T.  Addis  Emmet,  who 
not  only  confirmed  the  diagnosis  but  one  of  tubo-interstitial  pregnancy 
at  the  third  month.  An  operation  was  advised,  but  before  attempting  this 
Dr.  Thomas  suggested  the  use  of  electricity.  Our  ppinion  being  asked 
whether  it  were  possible  to  destroy  the  life  of  the  foetus  by  the  electric 
current,  we  replied  that  it  could  undoubtedly  be  done,  but  the  important 


Fig.  172. 


Fig.  173. 
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question  v/as  whether  it  could  be  accomplished  without  injury  to  the 
mother,  It  was  decided  to  make  the  trial,  which  proved  entirely  success- 
ful by  the  expulsion  of  the  foetus  and  placenta  through  the  uterus. 

The  impression  made  upon  the  minds  of  the  physicians  interested  as 
to  the  approximate  condition  of  affairs  in  this  case  both  before  and  after 
the  expulsion  of  the  fcetus  is  best  represented  by  sketches  made  by  Dr. 
Thomas  (Figs.  172,  173).  The  publication  of  this  case  excited  great  in- 
terest both  here  and  abroad,  which  was  intensified  by  the  additional  cases 
which  followed  rapidly  upon  the  first. 

The  second  case  upon  which  we  operated  was  in  the  practice  of  Dr. 
C.  E.  Billington,  the  accuracy  of  whose  diagnosis  was  again  confirmed  by 
Dr.  Thomas.  The  result  in  this  case  was  entirely  successful. 

The  third  case  we  treated  for  Dr.  Bache  Emmet,  who  had  in  consulta- 
tion both  Dr.  T.  Addis  Emmet  and  Dr.  T.  G.  Thomas.  Dr.  Emmet’s  ac- 
count of  the  case,  with  its  favorable  termination,  may  be  found  in  the  New 
York  Medicaljournal. 

In  the  fourth  case  we  operated  for  Dr.  Everett  Herrick,  the  diagnosis 
being  doubly  confirmed  by  Drs.  Thomas  and  Emmet.  In  this  case  again 
the  foetus  was  effectually  destroyed,  followed  by  the  prompt  recovery  of 
the  mother. 

The  fifth  case  which  we  saw  with  I3r.  N.  S.  Westcott,  was  of  a most 
interesting  and  unusual  character,  from  the  fact  that  with  a normal  uterine 
pregnancy  was  associated  what  we  have  every  reason  to  believe  was  a 
tubal  or  extra-uterine  pregnancy.  Dr.  Westcott  had  previously  called  Dr. 
Thomas  in  consultation,  and  it  was  at  his  suggestion  that  electricity  was 
used.  The  patient,  a lady  aged  about  thirty,  last  menstruated  August  6th, 
j882.  Subsequently  she  complained  of  more  or  less  discomfort  and  pain, 
with  tenderness  in  the  region  of  both  ovaries,  but  especially  marked  on  the 
left  side.  On  September  18th,  an  internal  examination  was  made,  and  by 
conjoined  manipulation  a small  tumor  was  discovered,  about  the  size  of  a 
pullet’s  egg.  It  was  situated  some  two  inches  to  the  left  of  the  median 
line,  nearly  on  a level  with  the  brim  of  the  pelvis,  and  could  be  moved 
from  Douglas’  cul-de-sac  toward  the  margin  of  the  ribs.  The  tumor  grad- 
ually increased  until  it  was  larger  than  a billiard-ball.  There  seemed  to 
be  no  reasonable  doubt  as  to  its  character,  and  on  October  24th  the  treat- 
ment by  electricity  was  attempted. 

The  constant  current  was  used,  with  one  pole  introduced  to  the  mass 
through  the  vagina,  and  the  other  over  the  tumor  externally  and  with  rapid 

interruptions.  . 

This  operation  was  repeated  on  October  25th,  28th,  and  30th,  causing 

the  tumor  not  only  to  perceptibly  decrease  in  size,  but  to  change  its  seat  by 
an  inch  or  so  as  well.  Since  the  last  treatment  it  has  gradually  grown 
smaller  until  at  the  present  date  it  can  barely  be  detected.  At  the  same 
time  there  is  now  developing  in  the  uterus  a six  months’  foetus. 
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The  sixth  case  occurred  in  the  person  of  a young  unmarried  woman, 
residing  outside  the  city  limits,  and  by  special  request,  and  for  sufficient 
reasons,  the  name  of  the  attending  physician  will  not  be  mentioned.  From 
him  the  following  history  was  obtained;  Two  weeks  previously  he  first 
saw  the  case  professionally,  and  found  that  she  was  suffering  much  pain 
in  the  right  side,  together  with  irregular  discharges  of  blood.  The  patient 
had  confessed  to  the  possibility  of  pregnancy,  and  examination  elicited 
many  of  the  objective  and  subjective  signs  of  this  condition.  Nausea  oc- 
curred every  morning,  and  changes  had  taken  place  in  the  areola.  Digital 
examination  revealed  the  fact  that  the  os  uteri  was  little,  if  any,  changed  from 
its  normal  condition.  By  pressure  over  the  right  side  it  was  possible  to  feel 
a certain  hardness  not  present  on  the  other  side,  but  by  conjoined  manipu- 
lation, with  one  finger  in  the  vagina,  a distinct  rounded  mass  could  be  felt. 

Examination  per  rectum  revealed  its  presence  even  more  distinctly. 
If  pregnancy  existed — and  of  this  there  seemed  to  be  no  reasonable  doubt 
— it  had  advanced  nearly  to  the  fourth  month,  and  as  the  tumor  was  large, 
much  larger  than  in  the  case  just  related,  there  was  evidently  no  time  to 
lose.  We  had  brought  with  us  a suitable  apparatus,  and  immediately  oper- 
ated by  introducing  one  pole  to  the  rectum  and  placing  the  other  ex- 
ternally. On  account  of  the  great  distention  of  the  Fallopian  tube,  and 
the  danger  of  rupture,  we  felt  the  necessity  of  exercising  the  utmost  care. 
The  current  would  be  quickly  increased  without  interruption  and  allowed 
for  a moment  to  pass  in  a continuous  stream  and  as  quickly  decreased 
The  treatment  was  concluded  by  a second  application  on  the  following 
day.  Visiting  the  patient  some  two  weeks  subsequently,  we  found  that  the 
turhor  had  decreased  in  size  at  least  one-half,  and  at  this  time,  after  the 
lapse  of  several  months,  it  may  be  said,  so  far  as  any  external  evidence  of 
it  is  concerned,  to  have  entirely  disappeared. 

Another  case  is  as  follows:  On  December  14th,  1882,  we  were  informed 

by  Dr.  H.  Marion  Sims  that  Mrs.  A , a patient  of  his,  was  suffering 

from  extra-uterine  pregnancy,  and  was  by  him  requested  to  undertake  the 
destruction  of  the  foetus  by  electricity. 

Although  married  a number  of  years,  she  had  never  before  been  preg- 
nant. Dr.  Sims,  on  first  discovering  the  possibilities  of  this  condition, 
called  in  consultation  Dr.  T.  Addis  Emmet,  who  positively  confirmed  the 
diagnosis.  The  pregnancy  had  advanced  to  the  third  month,  and  the 
tumor,  which  was  about  the  size  of  a child’s  fist,  was  movable  and  could 
be  distinctly  felt  both  from  without  and  within. 

The  size  of  the  enlargement  was  such  that  the  operation  was  urged  im- 
mediately. For  fear  that  the  cyst  might  be  in  danger  of  rupture  through 
uncontrollable  movements  of  the  patient.  Dr.  Emmet  advised  the  adminis- 
tration of  an  anaesthetic. 

Ether  having  been  given  by  Dr.  M.  H.  Nash,  the  uterine  electrode  was 
placed  in  position  and  the  current  passed  through  the  foetal  mass. 
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Although  it  was  probable  that  the  destruction  of  the  foetal  life  had 
been  effected  at  the  first  seance  the  operation  was  repeated  on  the  i8th, 
24th,  and  27  th  of  December  for  the  purpose,  first,  of  absolute  certainty, 
and  second,  to  accelerate  the  absorptive  process.  The  contour  and  seat  of 
the  tumor  were  not  only  changed  after  the  first  application  but  rapidly  de- 
creased in  size.  The  patient  experienced  no  unpleasant  effects,  and  within 
a short  time  was  able  to  start  for  Europe. 

In  addition  to  these  we  have  operated  upon  many  other  cases  and  with 
uniformly  good  results  except  in  one  case.  This  case  was  in  the  practice 
of  Dr.  Janvrin,  but  the  death  of  the  patient  was  admittedly  not  because  of 
but  in  spite  of  the  treatment.  Hemorrhage  began  evidently  before  the 
electricity  was  used. 

In  the  treatment  of  extra-uterine  pregnancy  it  is  an  important  point  to 
be  decided  as  to  the  best  form  of  electricity  to  be  used.  Not  only  has  the 
galvanic  current  and  electro-magnetism  been  successfully  employed,  but  it 
is  said  that  the  common  magneto-electric  battery  has  also  proved  sufficient; 
but  from  both  a physical  and  physiologic  point  of  view,  and  as  well 
through  the  teachings  of  experience,  we  cannot,  for  our  part,  doubt  that  the 
galvanic  current  is  preferable  to  the  other  forms.  It  is  more  certain  in  its 
effects.  Four  important  effects  attend  the  passage  of  the  electric  current 
through  the  living  body,  and  all  these  undoubtedly  enter  as  factors,  either 
in  destroying  the  life  of  the  foetus  or  in  the  subsequent  process  of  absorp- 
tion. 

'I'hese  effects  may  be  designated  as  mechanic,  physical,  chemic,  and 
physiologic. 

The  mechanic  effects  of  the  interrupted  galvanic  current  are  equal  to 
those  of  the  faradic  current,  while  the  physical  effects,  manifested  by  heat, 
and  the  modification  of  endosmose  and  exosmose  are  in  the  main  the 
results  of  galvanic  action, 

by  the  passage  of  the  galvanic  current,  the  endosmotic  phenomena 
may  be  both  stimulated  and  reversed.  The  faradic  current  from  the 
secondary  coil  produces  no  such  effect.  The  current  from  the  inner  coil 
produces  these  effects  but  in  a much  less  degree.  Chemic  or  electrolytic 
effects,  again,  are  almost  wholly  the  result  of  galvanic  action,  and  it 
should  be  remembered  that  the  electrolysis  of  organic  substances  starts  a 
process  that  continues  long  after  the  current  ceases  to  flow.  The  physio- 
logic effects  of  electricity  are  those  which  take  place  by  virtue  of  the  vita 
properties  of  the  body  and,  unlike  the  other  effects,  are  only  observed  m 
living  substances.  Physiologic  effects  are  manifested  on  the  circulation, 
on  secretion  and  excretion,  but  only  as  absorption  is  effected  does  it  inter- 
est us  here,  and  it  is  quite  evident  that  the  absorptive  powers  of  the 

secondary  current  are  quite  limited. 

In  any  case  of  tubal  pregnancy,  and  especially  in  those  advanced  con- 
ditions where  the  tube  is  greatly  distended,  and  there  is  danger  0 spoi 
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neous  rupture,  the  possibility  of  hastening  this  catastrophe  in  the  attempt 
to  destroy  the  life  of  the  fetus  should  never  be  lost  sight  of.  The  tubes 
themselves  are  but  slightly  supplied  with  muscular  fibre,  and  the  danger 
would  more  especially  arise  from  the  powerful  compression  that  is  liable 
to  be  exerted  by  the  abdominal  muscles,  and  the  effort  should  be  so  to 
diffuse  the  current  proceeding  from  the  external  pole  as  to  produce  the 
least  mechanic  effect  possible.  In  regard  to  the  diagnosis  of  extra-uterine 
pregnancy,  it  must  be  confessed  that  it  is  not  always  an  easy  matter,  and 
in  the  cases  just  related  the  question  may  arise  as  to  its  accuracy.  The 
eminence  of  the  gentlemen  associated  in  the  cases  should  perhaps  be  a 
sufficiently  strong  argument  for  the  correctness  of  the  diagnosis,  but  con- 
clusive evidence  lies  also  in  the  effects  of  the  treatment  itself.  The  re- 
sults of  the  electrolysis  are  well  known,  but  in  no  other  form  of  tumor, 
cystic  or  otherwise,  is  it  possible  for  the  galvanic  current,  used  as  de- 
scribed, to  produce  similarly  prompt  and  effective  results.  In  regard  to 
the  effects  of  electricity  on  normal  pregnancy,  suggested  by  the  case  of 
double  pregnancy  that  we  have  related,  a word  may  be  said.  It  is  a mis- 
take to  suppose  that  abortions  are  readily  produced  by  electricity.  With- 
out the  electrode  is  introduced  directly  into  the  uterus,  which  would  of 
course  be  sufficient  without  the  passage  of  any  current,  the  strongest  treat- 
ment that  it  is  prudent  to  give  may  prove  insufficient.  Of  this  we  have 
had  evidence  in  several  justifiable  attempts  to  bring  on  a miscarriage. 
In  the  case  just  alluded  to  the  current  was  strong,  applied  by  shocks,  and 
in  close  proximity  to  the  uterus,  affecting  it  not  only  reflexly,  but  in  some 
measure  directly,  yet  the  normal  pregnancy  was  in  no  ways  disturbed; 
and,  so  far  as  concerns  general  applications  for  the  production  of  consti- 
tutional tonic  effects,  we  have  in  many  instances  administered  them  with 
impunity  through  the  whole  course  of  gestation,  and  with  the  most  happy 
results.  The  question  may  be  asked.  What  becomes  of  the  fcetal  mass, 
after  its  destruction  by  the  electricity?  The  probability  is  that  it  first  be- 
comes encysted  and  then  gradually  absorbed.  At  all  events,  in  all  of  the 
foregoing  cases,  the  enlargement  entirely  disappeared  within  a compara- 
tively short  time,  and  was  not  the  cause  of  the  slightest  discomfort. 

Brothers  * has  collected  some  very  interesting  and  suggestive  statistics 
upon  this  subject.  Out  of  seventy-eight  cases  where  electricity  had  been 
used  without  puncture,  there  was  but  one  death,  and  in  this  case  there 
were  symptoms  of  hemorrhage  previous  to  the  resort  to  electricity.  Not- 
withstanding the  eminent  success  that  has  attended  this  simple  method  of 
electric  treatment,  it  has  seemed  to  fall  into  comparative  neglect,  which 
Brothers  attributes  to  the  “epidemic  of  laparotomy  fever  which,  originat- 
ing in  Europe,  has  spread  over  our  continent.”  Unprejudiced  opinion 

* American  Journal  of  Obstetrics,  May,  1888,  and  vol.  x.xiii.,  p.  113;  “Present 
Position  of  the  Electrical  Treatment  in  Ectopic  Gestation.”  Transactions  of  American 
Electro-Therapeutic  Association,  1893. 
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is,  however,  undoubtedly  in  its  favor,  and  it  is  a suggestive  fact  that  those 
who  are  most  pronounced  in  its  denunciation  are  those  who  have  the  least 
experience  in  its  use,  while  Thomas  and  Mundie,*  Lusk,f  Parvin,J  Play- 
fair,§  and  many  others  whose  opinions  are  based  upon  experience  believe 
in  it  and  still  employ  the  method  under  judicious  restrictions  wherever  it 
is  properly  indicated. 

* “ Diseases  of  Women,”  Philadelphia,  1891. 

f “ The  Science  and  Art  of  Midwifery,”  New  York,  1892. 

“ The  Science  and  Art  of  Obstetrics,”  Philadelphia,  1890. 

§ “ A Treatise  on  the  Science  and  Practice  of  Midwifery,”  London,  1889. 


CHAPTER  XXX. 


DISEASES  OF  THE  HEART  AND  LUNGS — ARTIFICIAL  RESPIRATION 

BY  ELECTRIZATION. 

Palpitation  of  the  Heart;  Tachycardia,  Brachycardia. — That  galvaniza- 
tion of  the  sympathetic  and  general  electrization  have  a positively  acceler- 
ating or  sedative  effect  on  the  action  of  the  heart,  we  have  demonstrated 
by  a large  number  of  experiments.  This  effect  is  produced  by  the  action 
of  the  current  on  the  sympathetic  or  the  pneumogastric  in  the  neck,  or  in 
general  electrization  it  may  also  result,  secondarily,  from  the  influence 
that  the  system  at  large  receives  from  the  application. 

Cases  of  functional  disturbance  of  the  heart,  associated  with  dyspepsia 
and  hysteria  and  anaemia,  we  have  found  to  yield  to  general  faradization 
in  a large  variety  of  instances,  even  when  no  special  attention  was  directed 

to  the  sympathetic  or  the  pneumogastric. 

Fliess  experimented  with  the  galvanic  current  in  twenty-four  cases, 
nineteen  of  which  were  functional,  and  five  of  an  organic  character. 

All  the  cases  were  more  or  less  relieved,  even  those  dependent  on 
structural  lesion,  while  the  majority  of  the  functional  cases  were  perma- 
nently cured. 

His  method  of  treatment  was  the  daily  application  to  the  pneumogas- 
tric in  the  neck  of  mild,  descending,  galvanic  currents,  for  one  or  two 
minutes.  Temporary  abatement  of  the  symptoms  followed  each  applica- 
tion. Brachycardia,  or  abnormal  slowness  of  the  pulse  beat,  we  have 
known  to  be  very  materially  benefited  by  the  stimulating  action  of  both 
currents. 

The  treatment  of  functional  palpitation  of  the  heart  is  certainly  worthy 
of  more  attention  than  it  has  thus  far  received  from  electro-therapeutists. 

' Angina  Pectoris.— The  treatment  of  angina  pectoris  has  ever  been  un- 
satisfactory. The  cases  that  have  fallen  under  our  observation  were 
mostly  of  a chronic  character,  and  turned  to  electro-therapeutics  as  a last 
resort.  We  have  seen  the  symptoms  occasionally  palliated,  but  ver)  sel- 
dom any  permanently  good  result. 

Diseases  of  the  Lungs. — For  diseases  of  the  lungs  electrization  has  ac- 
complished less  than  in  any  other  department.  The  recognized  gravity  of 
phthisis,  together  with  the  a prion  improbability  that  it  could  be  directly 
cured  by  any  known  methods  of  using  electricity  these  two  causes  have 
deterred  electro-therapeutists  from  making  even  experimental  applications 
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to  diseased  lungs.  One  author — Bastings,*  of  Brussels— however,  has  re- 
ported most  astounding  results  from  faradization  of  the  muscles  of  the 
chest.  If  we  accept  in  good  faith  the  statements  of  this  author,  even  the 
second  stages  of  phthisis  may  be  cured  by  this  method,  which  seems  to 
affect  the  lungs  not  directly,  but  indirectly,  through  the  muscular  develop, 
ment  which  it  causes,  and  the  greater  amount  of  oxygen  which  it  enables 
the  lungs  to  breathe. 

The  amazing  statements  which  the  author  advances  concerning  the 
cure  of  consumption  are  entitled  to  more  consideration  than  they  would 
otherwise  receive,  from  the  fact  that  the  fundamental  idea  on  which  his 
treatment  is  based,  namely,  that  faradization  of  the  muscles — electro- 
muscular  gymnastics — markedly  increases  their  size  and  strength,  and 
also  improves  the  general  nutrition,  is  eminently  sound  and  thoroughly 
demonstrable,  as  we  have  shown  during  all  our  investigations  in  electro- 
therapeutics. 

Vaustf  has  experimented  with  the  method  of  Bastings — electro-mus- 
cular gymnastics — in  growing  children,  who  were  not  affected  with  any 
special  diathesis,  but  who  “presented  the  appearance  of  debility,  languor, 
and  lack  of  force  so  frequently  found  among  the  poorer  classes.” 

The  results  were  “ wonderful.”  Not  only  were  the  muscles  of  the  chest 
greatly  increased  in  size  after  a number  of  applications,  but  their  “ breath- 
ing was  deeper,  their  appetites  better,  and  they  were  more  cheerful  and 
lively.” 

After  six  months’  treatment  the  increase  was  still  more  marked  in  some 
of  the  cases.  According  to  our  experience,  the  growth  of  the  muscles 
under  faradization  is  at  first  quite  rapid,  but  subsequently  much  slower, 
and  in  a few  months  becomes  stationary. 

Bastings  has  used  these  electro-muscular  gymnastics  in  consumption, 
not  with  a view  to  directly  affect  the  tuberculous  deposit  at  all,  but,  by 
strengthening  the  muscles  of  the  chest,  so  to  improve  the  respiratory  power 
that  more  air  can  be  inspired,  and  so  benefit  result  to  the  healthy  portion 
of  the  lung,  and  indirectly,  through  better  oxygenation  of  the  blood,  to  a 
certain  extent  on  the  diseased  portion  and  on  the  whole  system. 

The  method  and  principles  of  treatment  in  all  his  cases  were  substan- 
tially similar — electro-muscular  gymnastics:  about  half  a minute  was 
given  to  each  muscle,  and  about  five  minutes  to  each  sitting.  Prolonged 

treatment  was  found  to  be  injurious. 

The  general  statements  of  the  author  were  confirmed  by  Dr.  Bougard,J 
who  affirms  that  the  patients  remain  cured  for  one,  two,  or  three  years. 

* “ Die  Lungenschwindsucht  und  ihre  Heilung  durch  Electricitat,”  translated  from 
the  French  by  Dr.  Silbermann.  Erlangen,  1866. 

I Medicinisches  Journal,  vol.  38,  Juni  1864,  p.  599-  “Sitzung  der  Gesellschaft 
fUr  Medicin  und  Naturwissenschaften  zu  Brlissel,  vom.  2.  Mai  1864.”  This  paper  is 
presented  in  the  work  of  Bastings,  above  quoted,  p.  iig  et  seq. 

X Op.  cit.,  p.  147.  Loc.  cit.,  p.  142  et  seq. 
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Dr.  Crocq  also  speaks  favorably  of  the  method  of  Bastings,  although 
in  the  treatment  under  his  own  direction  of  the  very  severe  cases  of  con- 
sumption in  the  St.  John  Hospital  he  obtained  no  positive  results. 

Although  modern  experience  has  failed  to  confirm  these  experiences  of 
Bastings  and  others,  yet  the  beneficial  effects  of  muscular  exercise  in  con- 
sumption have  long  been  conceded,  and  it  is  within  our  experience  that 
persistent  and  judicious  applications  of  electricity,  both  general  and  local, 
sometimes  give  comfort  and  strength,  and  as  an  adjuvant  to  other  methods 
has  a useful  place  in  the  treatment  of  consumptives. 

Artificial  Respiration  by  Electrization. — The  process  of  exciting  artifi- 
cial respiration  by  faradization  * is  as  follows : 

1 . Let  an  assistant  put  the  head,  shoulders,  and  arms  of  the  patient  in 
a fixed  position,  while  another  stands  ready  to  assist  the  expiratory  move- 
ments by  pressure. 

2.  Graduate  the  current  to  a strength  sufficient  to  produce  vigorous 
contractions  of  the  muscles  of  the  ball  of  the  thumb,  and  then  press  the 
sponge  electrodes  (which  should  be  of  large  size  and  well  moistened) 
firmly  over  the  phrenic  nerves  at  the  outer  borders  of  the  sterno-cleido- 
mastoid  muscles  and  at  the  lower  end  of  the  scaleni  muscles. 

3.  Interrupt  the  current  (either  by  removing  one  of  the  electrodes  or 
by  an  interrupter)  about  three  times  a minute,  while  the  assistant  presses 
firmly  on  the  abdomen,  pausing  occasionally  to  obser\'e  the  effect. 

4.  If  after  a number  of  interruptions  no  inspiratory  movements  appear, 
increase  the  strength  of  the  current. 

In  some  cases  it  is  sufficient  to  put  one  electrode  over  the  phrenic 
ner\-e  and  the  other  in  the  seventh  intercostal  space. 

Large  electrodes  are  used  so  as  to  affect  the  other  muscles  which 
have  a share  in  inspiration  (scalenus-anticus  and  sterno-cleido-mastoid) 
simultaneously  with  the  phrenic  nerve.  The  object  of  holding  the  arms 
and  shoulders  in  a fixed  position  is  to  prevent  the  interference  which 
may  arise  from  the  contractions  of  the  muscles  of  the  arms,  and  at 
the  same  time  to  obtain  the  co-operation  of  the  serratus  and  pectoral 
muscles. 

Professor  Ziemssen,  who  first  proposed  this  method  of  producing  arti 
ficial  respiration,  advises  the  trial  of  the  galvanic  current  in  those  cases 
where  the  irritability  is  lost  to  the  faradic.  The  same  writer  presents  a 
number  of  successful  results  in  cases  of  poisoning  by  carbonic  acid  gas 
with  this  method  of  treatment  from  his  own  and  other  experience.! 

In  opium  poisoning  artificial  respiration  by  faradization  may  be  tried 
either  alone  or  in  connection  with  other  methods.  Dr.  Iram  has  reported 
a case  of  opium  poisoning,  which  recovered  on  the  application  of  one  pole 

* The  faradic  current  is  usually  employed  for  this  purpose,  although  the  interrupted 
galvanic  current  might  answer  the  purpose. 

t “ Die  Electricitat  in  der  Medicin,”  1866,  p.  174  et  seq. 
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to  the  neck  and  the  other  to  the  perinaeum,  after  tannin,  coffee,  and  tartai 
emetic  had  been  unsuccessfully  employed  for  several  hours. 

Those  who  attempt  to  produce  artificial  respiration  in  emergencies  are 
frequently  unfamiliar  with  the  motor  point  of  the  phrenic,  and  therefore 
apply  the  pole  in  the  neck  indiscriminately.  A medical  acquaintance 
informs  us  that  an  attempt  of  this  kind  which  he  made  in  a case  of 
opium  poisoning  proved  instantaneously  fatal  to  the  patient.  Under 
ordinary  methods  the  patient  was  recovering,  but  in  order  to  expedite  the 
progress,  faradization  was  tried.  One  pole  was  placed  on  the  ribs,  and 
the  other  somewhere  in  the  neck,  in  order  to  find  the  phrenic  nerve. 
Immediately  the  patient  ceased  to  breathe,  and  no  further  treatment 
availed  to  resuscitate  her. 

This  case,  so  far  as  we  know,  is  unprecedented.  It  is  explicable  only 
on  the  theory  that  the  shock  of  the  sudden  closure  of  the  current  near  the 
nervous  centre  destroyed  the  waning  life  by  concussion. 

This  unique  and  unfortunate  case  should  not  deter  any  physician  from 
resorting  to  the  electric  method  of  artificial  respiration  in  all  cases  where 
it  is  indicated,  any  more  than  the  equally  unique  case  of  blindness  pro- 
duced by  the  galvanic  current  (recorded  by  Duchenne)  should  deter  us 
from  galvanizing  the  eyes  and  face. 

Meyer  records  a successful  result  in  a case  of  threatened  death  from 
exhaustion  after  diphtheria.* 

Friedberg  f succeeded  in  restoring  a child  of  four  years,  asphyxiated 
by  chloroform,  by  this  method,  combined  with  compression  of  the  dia- 
phragm. J 

Many  failures  have  been  made  in  the  attempt  to  produce  artificial  res- 
piration by  faradization,  because  the  operators  were  ignorant  of  the  true 
method  of  application,  or  were  not  sufficiently  persevering. 

We  have  twice  failed  to  resuscitate  dogs  that  were  narcotized  by  chlo- 
roform, although  the  applications  were  begun  in  less  than  a minute  after 
the  heart  ceased  to  pulsate. 

We  failed  also  in  a case  of  opium  poisoning  in  an  infant  six  weeks  old. 

Some  remarkable  results  have  been  reported  where  life  was  saved  by 
faradization  around  the  neck  and  chest,  kept  up  by  intervals  for  many 
hours. 

Dr.  Allan  McLane  Hamilton,  from  a number  of  interesting  experiments 
undertaken  to  test  the  utility  of  electricity  in  asphyxia,  concludes  as  fol- 
lows : 

ist.  That  it  is  useless  to  expect  good  results  if  five  minutes  have 
elapsed  since  life  appeared  extinct. 

* Op.  cit.,  p.  431. 

f Quoted  by  Meyer,  op.  cit.,  pp.  43 432.  ^ ,,  .1,  of 

i Irritation  of  the  phrenic  nerve  might  be  readily  combined  with  Howard  s methoa 

artificial  respiration. 
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2d.  That  the  current  should  be  applied  faithfully  and  steadily,  one 
pole  being  placed  on  the  ensiform  cartilage,  the  other  on  the  base  of  the 
skull  or  over  the  tracks  of  the  great  nerves  of  the  neck. 

3d.  That  the  faradic  and  interrupted  galvanic  currents  are  the  best. 

4th.  That  the  current  should  be  applied  some  time  after  respiratory 
movements  have  become  regular.* 

On-  December  28th,  1893,  a child,  aged  six,  was  brought  to  our  office 
with  a large  naevus  materni  or  erectile  tumor  upon  the  cheek.  She  was 
chloroformed  and  needles  introduced  into  the  enlargement,  preparatory  to 
the  electrolytic  action  of  the  current,  when  suddenly  the  respiration 
ceased,  the  pulse  became  imperceptible,  and  the  only  evidences  of  life  were 
very  faint  and  convulsive  heart-beats.  A faradic  apparatus  was  at  hand 
and  one  pole  was  immediately  placed  at  the  junction  of  the  clavicle  and  the 
outer  border  of  the  sterno-cleido-mastoid  muscle,  and  a vigorous  current 
applied.  Evidences  of  returning  vitality  were  seen  almost  immediately, 
and  within  a few  moments  the  heart  was  again  beating  regularly. 

The  question  arises  whether  in  this  case  the  result  was  due  to  the  elec- 
tric application,  or,  as  some  might  claim,  did  the  heart,  unaided,  resume 
its  normal  action?  The  question  as  to  the  influence  of  electricity  on  the 
heart  through  its  action  on  the  pneumogastric  is  certainly  a very  interest- 
ing and  a very  important  one.  It  has  been  claimed  that  in  chloroform 
narcosis  electricity  will  do  more  harm  than  good,  since  its  tendency  is  to- 
stimulate  still  further  the  inhibitory  function  of  the  vagus.  Our  experi- 
ence, however,  is  that  ordinary  external  applications  affect  the  inhibitory 
fibres  of  the  vagus  that  go  to  the  heart  in  no  such  degree  as  they  affect  the 
accelerating  fibres  which  in  great  measure  constitute  the  branches  that 
supply  the  respiratory  organs.  The  very  remarkable  effects  of  the  faradic 
current  in  keeping  up  the  respiration  in  cases  of  opium  poisoning  are 
known  to  all.  In  one  case  of  this  kind  that  we  saw,  where  the  current  was 
continuously  employed  for  six  or  eight  hours,  the  respiration  would  sink 
to  two  or  three  a minute,  and  the  heart-beat  manifestly  weakened  when- 
ever the  action  of  the  current  was  interrupted. 

Immediately  on  resuming  the  current  the  respiration  would  increase  to 
eight  per  minute,  and  as  the  effects  of  the  opium  gradually  wore  away,  the 
frequency  of  the  respiratory  act  increased. 

Now,  in  this  case  and  in  others  of  a like  character  that  have  fallen  un- 
der our  observation,  it  is  fair  to  conclude  that  the  current  affected  the  ac- 
celerating fibres  of  the  vagus  controlling  respiration,  and  not  to  any  con- 
siderable extent  the  inhibitory  fibres  controlling  the  action  of  the  heart. 
In  chloroform  poisoning,  of  course,  a different  condition  of  things  prevails. 
The  heart  is  under  sedation,  and  any  increase  of  the  inhibitory  effects  of 
the  pneumogastric  might  be  dangerous.  Fortunately  there  is  little  danger 

* “ Electricity  as  a Means  of  Resuscitation,”  American  Practitioner,  October,  1872. 
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of  this  in  the  use  of  the  induced  current,  at  least  in  ordinary  percutaneous 
applications. 

According  to  Von  Ziemssen,  who  made  many  carefully  conducted  ex- 
periments by  means  of  cardiographic  tracings,  induced  currents  have  abso- 
lutely no  influence  on  the  frequency  or  force  of  the  cardiac  contractions, 
and  from  that  fact  the  erroneous  conclusion  has  been  drawn  that  induction 
currents  were  valueless  in  threatening  death  from  heart-failure.  The  facts 
are  that  electricity  does  good  in  increasing  respiratory  activity,  the 
strength  of  current  necessary  for  this  purpose  being  insufficient  to  ma- 
terially interfere  with  the  movements  of  the  heart,  through  its  action  on 
the  inhibitory  fibres  of  the  pneumogastric  that  control  it.  Dr.  George  F. 
Shrady  reports  the  case  of  a boy  where  death  was  imminent  after  the  ad- 
ministration of  chloroform.  Respiration  ceased  and  the  pulse  could  not 
be  felt,  but  through  prolonged  artificial  respiration  the  life  of  the  patient 
was  saved.  This  confirms  the  report  of  the  Hyderabad  Commission,  “ that 
it  is  of  primary  importance  to  keep  track  of  the  respiration  in  administer- 
ing chloroform;  if  this  is  kept  up  the  heart  will  give  no  trouble.” 

Resuscitation  of  Ne^v-Born  C/iildren. — Successful  experiments  in  the 
resuscitation  of  new-born  children  have  been  made  by  Schulz  and  Pemice. 
The  latter  succeeded  in  three  out  of  five  cases.  In  one  of  his  cases  the 
child  was  born  to  all  appearances  dead.  Restoration  was  accomplished 
in  half  or  three-quarters  of  an  hour  by  the  alternate  use  of  the  warm  bath 
and  faradization  of  the  phrenic  nerve. 

Legros  and  Onimus  * have  experimented  on  animals — rats,  dogs — 
with  a view  to  bringing  on  resuscitation  during  syncope  from  loss  of  blood. 
They  used  the  galvanic  current,  placing  the  negative  pole  in  the  mouth 
and  the  positive  in  the  bowels. 

We  have  treated  several  cases  of  suspended  respiration.  A new-born 
babe  was  to  all  appearances  dead;  faradization  of  the  phrenic  nerve  re- 
sulted in  decided  manifestations  of  life  for  a few  moments  only.  In  the 
case  of  a lady  who  was  in  a state  of  asphyxia — from  a subcutaneous  injec- 
tion of  morphine — faradization  of  the  phrenic  nerve  excited  respiratory 
movements  which  were  repeated  some  twelve  or  fifteen  times  after  the  cur- 
rent ceased  to  pass.  We  did  not  succeed  in  saving  the  patient. 


* Gaz.  des  Hop.,  No.  53. 


CHAPTER  XXXI. 

EXOPHTHALMIC  GOITRE. 

In  considering  this  strange  and  intractable  disease  we  shall  enter  into 
no  speculations  as  to  its  pathology,  for  the  reason  that  all  explanations  of 
the  phenomena  that  attend  it  are  in  the  main  conjectural.  Neither  shall 
we  take  time  in  discussing  its  etiology  or  its  well-known  symptoms,  for 
these  can  be  found  in  every  text-book  on  neurology,  with  little  variation 
of  detail.  The  evidences  of  pathologic  anatomy  have  thus  far  been  so 
thoroughly  negative  that  we  are  left  to  the  symptoms  alone  for  guidance 

in  treatment.  jv  j 

These  are,  however,  so  positive  and  suggestive  as  to  afford  ground  for 

a rational  therapeutics,  the  end  of  which  must  be  to  regulate  and  give  tone 
to  nerve  force,  and  to  equalize  the  circulation. 

In  an  experience  including  the  treatment  of  fifty-seven  cases*  of  exoph- 
thalmic goitre,  we  have  been  enabled  to  clinically  study  the  disease  very 
thoroughly,  and  form  an  opinion  as  to  the  benefits  to  be  derived  from  cer- 
tain methods  of  treatment  not  altogether  in  accord  with  prevailing  opin- 
ions. In  short,  we  hold  that  the  prognosis  in  this  disease  is  better  than 
is  generally  believed,  and  if  our  results  have  been  more  satisfactory  than 
others  that  have  been  reported,  it  has  been  due  to  a more  rational  use  of 
electricity,  which  has  been  our  main  reliance,  and  greater  thoroughness 
and  persistency  in  its  application. 

While  we  by  no  means  exclude  the  administration  of  drugs  in  the 
management  of  this  disease,  they  are  in  our  hands  regarded  as  supplemen- 
tary to  the  chief  remedy,  and  subject  to  changes  according  to  the  indica- 
tions in  each  individual  case.  The  surprising  lack  of  unanimity  of  opin- 
ion in  regard  to  the  efficiency  of  medicinal  treatment  is  due  to  the  fact 
that  not  only  have  those  drugs  that  have  proved  beneficial  in  some  cases 
failed  to  do  good  in  others,  but  sometimes  a drug  that  has  in  one  case 
proved  palliative  has  in  another  seemed  to  do  harm.  Iron,  for  example, 
is  a universal  remedy  that  is  perhaps  in  the  majority  of  cases  fully  indi- 
cated and  is  well  borne,  but  we  have  occasionally  found  it  to  be  productive 
of  unpleasant  symptoms  even  when  anaemia  existed,  and  have  been  com- 
pelled to  discontinue  its  use.  The  statement  of  Von  Graefe,  that  iron  is 
useless  in  the  height  of  the  malady,  but  that  it  does  good  when  a certain 
amount  of  improvement  has  occurred,  is  an  observation  of  value,  and 
founded  upon  an  extensive  experience. 

* New  York  Medical  Record,  September  30th,  1893. 
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Our  own  experience  has  not  been  very  favorable  to  the  use  of  quinine 
■strychnia,  or  arsenic,  and  we  now  rarely  administer  them,  and  we  believe 
the  iodides  often  do  more  harm  than  good. 

Belladonna  has  been  highly  recommended,  and  is  undoubtedly  of  value. 
Carbazotate  of  ammonia  we  have  used  in  but  one  case,  but  discontinued  it 
after  ten  days,  on  account  of  the  gastric  disturbance  that  it  seemed  to  oc- 
casion. Digitalis  is  by  some  believed  to  be  useless  in  this  disease,  on  the 
theoretic  ground  that  it  directly  stimulates  the  muscular  fibres  of  the  car- 
diac vascular  system.  While  the  value  of  this  remedy  is  now  well  recog- 
nized, there  still  exists  much  difference  of  opinion  as  to  the  method  of  its 
action.  It  has  been  regarded  as  a tonic,  a stimulant,  and  as  a sedative. 
The  latter  view,  as  is  well  known,  was  taught  by  Trousseau  long  ago,  who 
held  that  it  occasioned  contraction  of  the  superficial  blood-vessels,  thus 
producing  diuresis,  very  much  on  the  same  principle  as  the  action  of  fright 
or  cold.  In  a recent  discussion  * Professor  Crocq  held  that  digitalis  was 
not  a sedative  nor  a cardiac  tonic  any  more  than  alcohol  is  a tonic  to  the 
brain.  It  is  simply  a stimulant.  Another  view  is  that  digitalis  acts  on 
the  pneumogastric  and  sympathetic  nervous  system,  thus  regulating  the 
action  of  the  heart.  By  one  the  remedy  is  believed  to  act  only  on  the  left 
heart,  by  another  on  the  right  heart  as  well,  retarding  the  action  of  both. 
But  whatever  theory  is  accepted,  obstinate  experience  will  not  wheel  into 
line  at  the  command  of  any  theory,  however  plausible. 

On  the  theory  of  the  stimulant  and  tonic  action  of  digitalis  we  hesi- 
tated for  a long  time  to  use  it  in  this  disease,  but  when  we  finally  came  to 
put  it  to  the  test  of  actual  trial  we  were  most  agreeably  disappointed  in  the 
results,  especially  when  combined  with  certain  other  remedies  to  which 
allusion  is  made  further  on. 

If  the  heart  seems  abnormally  strong  in  exophthalmic  goitre,  this  is 
not  by  any  means  always  the  case.  Very  frequently  there  is  enfeeblement 
of  the  myocardium,  and  digitalis  is  in  many  cases  luseful  in  slowing  the 
rapid  systole  associated  with  it.  The  condition  of  the  heart  thus  becomes 
improved  by  the  physiologic  rest  it  obtains  through  prolongation  of  the 
diastole. 

Yet,  like  iron,  digitalis  may  under  certain  conditions  prove  not  only 
useless  but  harmful;  but  like  iron,  and  especially  in  combination  with 
iron,  it  possesses  undoubted  value.  In  what  may  be  termed  sthenic  cases, 
where  the  excitability  of  the  heart  is  great  without  enfeeblement,  digitalis 
is  certainly  contra-indicated,  and  one  such  case  occurred  in  our  experience. 
In  this  case  good  results  were  obtained  by  substituting  veratrum  viride 
for  digitalis. 

Strophanthus  has  received  high  commendation,  and  on  theoretic 
grounds  it  is  recommended  in  preference  to  digitalis.  While  both  tend  to 
lengthen  the  interval  between  the  contractions  of  the  heart,  strophanthus 
* Academy  of  Medicine,  Belgium,  January  28th,  1893. 
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is  supposed  to  contract  the  calibre  of  the  arterioles  in  less  degree  than 
digitalis,  and  is  to  be  preferred  as  not  increasing  the  work  of  the  heart  to 
the  same  degree  as  the  latter, 

In  conjunction  with  digitalis  or  strophanthus  and  iron,  ergot  and 
bromide  of  zinc  seem  to  us  to  be  distinctly  valuable,  and  we  have  no  hesi- 
tation in  saying  that  a combination  of  these  remedies  will  more  nearly  ful- 
fil the  indications  in  the  majority  of  cases  of  exophthalmic  goitre  than  any 
other  single  remedy  or  combination  of  remedies.  There  are  probably  to 
be  found  few,  if  any,  who  will  not  accord  to  electricity  an  important  place 
among  the  remedies  indicated  in  exophthalmic  goitre,  and  unlike  some 
others  mentioned,  it  cannot,  if  judiciously  used,  do  harm  even  in  those 
cases  where  it  does  no  good. 

Gowers,  who  does  not  in  general  accord  to  electricity  a very  high  place 
in  therapeutics,  yet  says  that  in  this  disease  it  is  followed  in  many  cases 
by  a distinct  fall  in  the  frequency  of  the  pulse  (amounting  to  10  and  even 
20  beats  per  minute),  and  sometimes  by  a slight  diminution  in  the  size  of 
the  thyroid.  In  one  case  he  observed  the  pulse  fall  from  90  to  72,  a lower 
rate  than  had  been  counted  during  the  preceding  two  years.*  He  adds, 
however,  that  such  effects  are  usually  transient,  although  repeated  appli- 
cations certainly  sometimes  cause  a slight  degree  of  permanent  improve- 
ment. He  has  not  seen  more  than  this. 

Even  such  results  as  Gowers  describes  are  not  to  be  despised,  but  the 
difficulty  with  his  efforts,  and  with  others  who  have  written  upon  this  sub- 
ject, is  the  utter  inadequacy  of  the  strength  of  current  used,  and  above 
all,  so  far  as  our  observation  goes,  in  the  incomplete  and  haphazard  way 
in  which  the  applications  are  administered.  Gowers  would  use  a weak 
galvanic  current,  sufficient  to  cause  merely  a slight  tingling  of  the  skin, 
while  others  who  have  written  extensively  upon  the  subject  are  content 
with  two  or  three  milliamperes.  These  authorities  do  not  seem  to  appre- 
ciate the  fact  that  in  the  therapeutic  use  of  electricity  they  are  dealing 
with  a hide-bound  body  which  offers  such  a resistance  to  the  passage  of 
the  current  that  our  ingenuity  is  taxed  to  its  utmost  in  order  to  overcome 
this  resistance  and  get  into  the  body  a sufficient  quantity  of  electricity  to 
appreciably  affect  the  cerebro-spinal  system  and  the  nervous  system  of 
vegetative  life,  the  pneumogastric,  the  great  sympathetic,  including  the 
vaso-motor  system  of  nerves.  These  large  current  strengths  cannot,  of 
course,  be  used  with  small  electrodes  applied  in  the  ordinary  way  over  the 
region  of  the  sympathetic  and  vagus  in  front  of  the  neck,  and  from  the 
mastoid  process  along  the  inner  border  of  the  sterno-cleido-mastoid  mus- 
cle to  the  manubrium  sterni.  Here,  although  the  current  strength  should 
be  much  higher  than  is  usually  recommended,  it  is  rarely  possible  to  ex- 
ceed ten  or  fifteen  milliamperes.  For  the  greater  strength  of  current, 
large  electrodes,  preferably  of  sculptor’s  clay,  should  be  applied  both  to 
* “ Diseases  of  the  Nervous  System,”  p.  1214. 
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the  back  of  the  neck  (cilio-spinal  centre)  and  solar  plexus.  With  elec- 
trodes in  this  position  we  have  frequently  used  as  high  as  sixty  milliam- 
peres,  and  with  results  the  most  beneficial. 

We  do  not,  however,  recommend  such  apparently  heroic  treatment. 
Idiosyncrasies  vary,  and  there  is  probably  no  remedy  to  the  effects  of 
which  there  is  a more  varying  degree  of  susceptibility  than  to  elec- 
tricity. Every  case  is  a law  unto  itself,  and  should  be  studied 
independently,  with  the  exercise  of  judgment  and  common-sense  in  its 
management. 

But  if  our  results  in  the  treatment  of  this  disease  have  been  exception- 
ally good,  we  attribute  it  in  part  to  the  fact  that  we  have  not  confined  our 
efforts  to  the  use  of  drugs  and  the  galvanic  current  alone,  but  have  in 
many  instances  combined  wdth  these  methods  the  most  thorough  and  per- 
sistent treatment  by  the  method  of  general  faradization.  While  the  meth- 
ods of  Eulenberg  and  Gutman  in  using  simple  localized  faradization  in 
the  vain  attempt  to  affect  directly  the  sympathetic,  and  the  faradization  of 
the  precordial  region  by  Vigoroux  and  Charcot,  may  possibly  do  some 
good,  they  cannot  compare  in  efficiency  w'ith  general  faradization,  a meth- 
od which  has  been  abundantly  tested  and  w'hich  rests  upon  a sound  physi- 
ologic basis.  While,  therefore,  we  consider  electricity  of  more  impor- 
tance than  any  other  remedy  in  the  treatment  of  this  disease,  yet  in  many 
cases  the  most  rigid  and  conscientious  observance  of  certain  fixed  rules 
in  regard  to  eating  and  drinking,  and  the  avoidance  not  only  of  excess  in 
every  department  of  mental  and  physical  hygiene,  but  even  the  repression 
of  ordinary  and  legitimate  emotion  and  passions,  become  very  essential. 
For  the  majority  of  these  cases  of  exophthalmic  goitre  we  are  indebted 
to  the  kindness  of  the  various  members  of  the  profession,  most  of  whom 
have  watched  w'ith  interest  the  progress  of  the  cases  and  have  noted  both 
the  successes  and  failures. 

We  do  not  propose,  however,  to  relate  the  failures  nor  to  report  in  de- 
tail the  cases  (only  too  many  in  number)  which  experienced  only  partial 
and  incomplete  relief.  Some  absolute  failures  occurred,  but  not  many. 
It  is  rare,  indeed,  that  through  the  combined  method  of  hygiene,  diet, 
drugs,  and  electricity,  the  disease  fails  to  be  in  some  degree  favorably  in- 
fluenced, for  out  of  these  cases  there  were  but  three  that  received  no  bene- 
fit whatever,  and  these  were  not  even  temporarily  relieved. 

Twenty-seven  of  these  cases  were  benefited,  some  of  them  in  very 
great  degree,  others  only  slightly.  Some  of  those  that  were  much  bene- 
fited relapsed  and  received  further  treatment  with  good  results,  while  oth- 
ers have  been  lost  sight  of  and  their  subsequent  history  is  unknown.  In 
fairness,  however,  it  must  be  said,  that  while  the  most  persistent  treatment 
failed  to  do  more  than  slightly  improve  many  of  these  cases,  some  of  them, 
which  otherwise  possibly  might  have  been  benefited,  discontinued  tiea 
ment  after  a comparatively  short  period.  Fourteen  of  these  cases  eitier 
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lully  or  approximately  recovered,  records  of  which  can  be  found  in  the 
New  York  Medical  Record,  September  30th,  1893. 

While  it  is  quite  evident  that  in  this  disease  the  sympathetic  is  at  fault, 
it  is  open  to  question  whether  the  dilatation  of  vessels,  which  are  such  im- 
portant factors  in  causing  the  thyroid  enlargement  and  exophthalmus,  is 
of  a passive  nature,  due  to  paralysis  of  the  sympathetic,  or  of  an  active 
nature,  due,  on  the  contrary,  to  an  irritation  of  the  dilator  fibres  which  run 
in  the  sympathetic.*  Accepting  either  theory,  we  find  ample  ground  upon 
which  to  base  indications  for  the  use  of  the  galvanic  current.  In  case  we 
accept  the  irritant  theory,  the  very  powerful  sedative  effects  which  may  be 
obtained  from  the  remedy  is  a sufficient  explanation  of  the  rationale  of  its 
use;  while  the  fact  that  both  physiologic  investigation  and  clinical  ex- 
perience have  shown  that  electricity  is  the  remedy  par  excellence  for  most 
forms  of  paralysis,  quite  clearly  points  to  its  use  in  cases  where  there  is 
actual  paresis  of  the  nerve  itself.  In  addition  to  the  hyperaemia  of  vessels 
as  a cause  of  exophthalmus,  there  may  be  also  accumulations  of  fat  in  the 
cellular  tissues  of  the  orbit,  which  is  probably  the  main  cause  in  certain 
cases  why  the  protrusion  of  the  eyes  still  remains  prominent  after  a decided 
amelioration  of  every  other  symptom. 

The  latest  views  are  that  this  disease  is  greatly  dependent  on  disease 
of  the  thyroid  gland  itself,  and  a non-elimination  of  some  toxin  which 
poisons  the  whole  nervous  system.  This  theory  of  hyperthyroidation  is 
held  by  Maude, f Rehn,J  Greenfield,§  Starr,  ||  and  others.  It  still  remains  a 
question,  however,  whether  the  disease  of  the  thyroid  is  primary  or  sec- 
ondary and  consecutive  to  nervous  shock.  On  the  theory  of  the  thyroid 
origin  of  the  disease,  the  results  obtained  by  the  direct  application  of  the 
faradic  current  are  intelligible.  Mechanic  effects  alone  might  thus  do 
good,  and  we  have  lately  had  under  observation  a case  where  the  static 
spark  applied  to  the  thyroid  greatly  ameliorated  the  symptoms. 

* The  suggestion  that  the  arterial  dilatation  is  due  to  irritation  of  the  dilator  fibres  is 
offered  by  Benedikt,  based  upon  the  experiments  of  Bernard,  Schiff,  Ludwig,  and  Loven. 

•f  Brain,  1894. 

t Journal  of  Laryngology,  London,  July,  1894. 

§ British  Medical  Journal,  December  9th,  1893. 

1 Medical  News,  New  York,  April,  1897. 
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ELECTRICITY  IN  RENAL  AND  OTHER  MISCELLANEOUS  MEDICAL 

DISEASES. 

Whether  electricity,  or  rather  electrization,  has  any  pronounced 
curative  tendency  in  chronic  Bright’s  disease,  is  a question  that  we  by 
no  means  feel  qualified  to  answer,  and  one,  too,  that  may  well  be  doubted, 
but  we  do  feel  that  our  experience  has  been  sufficient  to  warrant 
us  in  speaking  with  some  degree  of  positiveness  and  authority  regardmg 
the  effects  of  electrization  in  disturbances  of  the  renal  lunction.  Th^e 
great  obstacle  in  determining  the  value  of  any  speaal  therapeutic  meth- 
od in  any  specified  pathologic  condition  is  the  difficulty  in  the  begin- 
ning of  making  a correct  diagnosis.  A systolic  murmur  at  the  mitral 
valve  has  often  occasioned  a false  diagnosis  of  organic  heart  disease. 
In  the  same  way,  casts  in  the  urine,  and  even  albumin  alone,  have  been 
considered  not  infrequently  a sufficient  excuse  to  diagnosticate  some 
form  of  grave  kidney  disease.  It  is  hardly  necessary  to  say  that  a 
very  considerable  albuminuria  is  necessarily  no  more  indicative  of  serious 
rena\  disease  than  is  a systolic  murmur  of  serious  valvular  disease,  or 
the  presence  of  a little  sugar  in  the  urine  of  diabetes  mellitus 

The  reconstructive  influence  of  electricity  on  waxy  or  cirrhotic  kid- 
neys cannot  be  affirmed,  but  the  evidences  of  its  effects  upon  simple  hy- 
peremia, or  upon  inflammatory  affections  of  the  tubules  or  stroma,  are 
many  Our  own  observation  and  experience  convince  us  that  no  one 
other  physical  effect  of  electrization  is  better  established  than  its  in- 
fluence over  conditions  of  passive  congestion.  It  sets  up  a sort  of 
circualtory  drainage  that  relieves  congestive  pressure.  In  renal  con- 
gestion, where  the  uriniferous  tubules  are  blocked  by  the  products  o 
inflammatory  action,  anything  that  heightens  circulatory  drainage  in 
creases  filtration  and  directly  relieves  the  burdened  organs.  It  is  a 
common  experience  that  electrization  does  this,  and  so  far  forth  may 
be  relied  upon  to  hasten  the  recovery  of  those  cases  that  have  not  yet 
crossed  the  border  line  of  incurable  organic  changes.  Some  time  ago 
the  writer  reported  five  cases  of  renal  disease,  all  of  which  had  been 
under  the  observation  and  care  of  competent  and  careful  physicians 
and  by  them  had  been  referred  for  electrical  treatment.*  Under  per 

* New  York  Medical  Journal.  January  18.  1902. 
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sistent  and  regular  treatment,  four  of  these  cases  completely  recovered ; 
the  other,  a chronic  incurable,  lapsing  finally  into  insanity,  received 
every  positive  benefit  as  manifested  by  increased  well-being  and  the 
results  of  frequent  urinary  analysis. 

These  five  constituted  by  no  means  all  the  cases  of  renal  disease 
that  had  been  treated  by  electrical  methods  in  the  six  years  that  elapsed 
between  the  first  and  the  last  case,  but  they  comprised  all  that  were 
of  any  real  value  statistically.  The  truth  is,  there  is  but  little  prob- 
ability of  permanently  benefiting  a case  of  renal  disease  characterized 
by  persistent  appearance  of  albumin  and  casts  without  long  and  un- 
interrupted treatment.  By  uninterrupted,  we  mean,  if  possible,  daily 
treatment;  and  by  length  of  treatment,  months,  rather  than  weeks. 
Of  the  five  cases  referred  to— a detailed  account  of  which  may  be  found 
in  the  journal  to  which  allusion  has  been  made— the  length  of  time 
consumed  in  the  treatment  of  each  case  respectively  was  three  months 
with  50  applications;  five  months,  with  70  applications;  two  months, 
with  28;  eighteen  months,  with  125,  and  two  months,  with  38  appli- 
cations. In  every  case  there  was  abundant  evidence  of  albumin  and 
casts— generally  of  long  continuance  and  associated  with  more  or  less 
constitutional  disturbance. 

It  may  have  been  that  most  of  the  cases  involved  conditions  of  renal 
hyperaemia,  active  or  passive,  not  having  yet  crossed  the  border  line, 
wherever  that  may  be  found,  separating  this  pathologic  state  from  acute 
or  chronic  Bright’s  disease.  If  this  be  true,  it  renders  the  treatment 
none  the  less  worthy  of  consideration,  since  to  aid  in  the  resolution  of 
a hypersemic  condition  of  the  kidneys,  or  a congestive  inflammatory 
state  of  the  tubules  or  stroma,  may  save  from  the  degeneration  char- 
acteristic of  the  more  serious  forms  of  Bright’s  disease.  In  support, 
however,  of  my  opinion  that  some  of  these  cases  were  more  serious 
than  a simple  passive  hyperaemia  of  the  kidneys,  it  is  proper  to  call 
attention  to  the  fact  that  while  renal  hyperaemia  is  characterized  by 
albuminuria,  hyalin  casts  are  infrequent,  and  found  usually  in  very 
small  quantity.  A generally  distinctive  feature  also  lies  in  the  fact 
that  in  congestive  conditions  the  urine  usually  deposits  blood  and  renal 
j epithelium,  is  high  colored  and  of  natural  specific  gravity. 

! In  the  treatment  of  these  cases  the  subject  of  current  differentiation 

is  all  important.  The  galvanic  current  alone,  valuable  as  it  is  in  so 
many  conditions,  is  ineffective  here — or  at  least  far  inferior  to  other 
j forms  of  electricity.  The  two  electric  modalities  that  have  been  most 
j useful  are  the  high  tension  faradic  current  and  the  so-called  static  wave 
1 current,  and  of  the  two  we  prefer  the  latter,  although  the  two  used  in 

I alternation  produce,  perhaps,  a better  effect  than  either  one  alone.  Com- 

bined electrization  is  a useful  method.  We  here  get  a combination  of 
the  mechanical  and  chemical.  One  modality  reinforces  the  other,  and  a 
peculiarly  profound  and  pervasive  effect  is  accomplished.  Static  currents 
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of  vibratory  potential,  or,  as  they  are  also  called,  static  wave  currents, 
have  the  advantage  of  enormous  voltage,  with  alternations  of  incredible  | 
frequency  that  readily  overcome  the  highest  resistances  with  a minimum  % 
of  motor  and  sensory  effect.  The  infinitely  rapid  vibratory  disturbances  * 
that  accompany  its  application  have  been  found  to  influence  both  the 
circulation  and  combustion.  Primarily  it  lowers  the  blood  pressure  with 
secondary  increase  of  vascularization,  and  an  active  circulatory  dram- 
age,  of  inestimable  benefit  in  conditions  of  passive  congestion.  By  re-  « 
lieving  the  congestion  and  quickening  the  circulation,  we  render  more 
active  the  function  of  renal  filtration,  and  relieve  the  burdened  organs  » 
of  much  stress  and  strain. 

In  certain  conditions  there  are  few  diuretics  that  are  more  efficient  ^ 
than  electrization,  and  its  diuretic  properties  are  without  doubt  due  in 
part  to  its  power  to  increase  the  blood  pressure  within  the  glomeruli.  ^ 
Its  voltage  reaching  into  the  hundreds  of  thousands,  and  its  alter- 
nations  of  almost  infinite  frequency  cannot  fail  to  quicken  metabolism 
of  tissue.  As  a result  of  this  increased  stimulation  and  elimination  we 
get  a greatly  improved  nutrition,  which  must  be  the  basis  of  the  in- 
fluence  of  electrization  over  wasting  and  structural  diseases. 

Next,  and  perhaps  equal  in  value  to  the  static  wave  current,  is  the  ^ 
high  tension  faradic  current.  Flexible  electrodes  are  firmly  bound  over  ^ 
the  region  of  each  kidney,  and  the  strength  of  current  gradually  in- 
creased,  almost  to  the  point  of  discomfort,  but  not  beyond  the  point  m 
of  easy  endurance.  In  other  words,  our  aim  should  be  to  give  strong 
rather  than  mild  currents,  and,  too,  the  seances  should  be  prolonged;  m 
fi-om  ten  minutes,  say,  at  first  and  gradually  increased  accordmg  to  || 
susceptibilities  to  three-quarters  of  an  hour  or  more.  In  renal  disease,  Jr- 
as  in  most  other  conditions  where  we  wish  to  stimulate  functional  ac- 
tivity  and  improve  nutrition,  what  are  commonly  called  mild  currents  m- 
are,  we  are  convinced,  of  little  value.  It  is  apt  to  be  forgotten  that 
the  skin  is  the  seat  of  chief  resistance,  and  of  pain  in  the  passage  of  » 
the  current.  With  suitalile  and  properly  placed  electrodes,  however,  ^ 
the  first  is  readily  overcome  and  the  second  easily  nullified,  and  the  * 
stronger  the  initial  force,  the  denser  the  so-called  threads  of  current 

that  it  is  possible  to  concentrate  locally. 

Sequelae  of  Acute  Diseases.— sequelae  of  several  acute  inflamma-  ^ 
tory  diseases,  and  especially  of  diphtheria  and  cerebro-spinal  meningitis  j 
are  of  well-known  severity  and  persistency.  It  is  generally  understood 
also  that  electricity  in  some  form  may  perhaps  be  indicated  in  such  con- 
ditions, particularly  in  diphtheria,  and  its  use,  which  is  occasiona  y a - 
tempted,  has  been  followed  by  more  or  less  benefit.  We  are  quite  sure, 
however,  that  the  profession  at  large,  in  city  as  well  as  country,  have  a 
very  inadequate  idea  of  the  vast  benefit  accruing  from  the  use  of  this 

remedy  in  these  cases. 
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Diphtheria. — Our  first  experience  in  the  treatment  of  the  sequelae  of 
diphtheria  by  electricity  dates  back  some  fifteen  years,  when  we  saw  an 
obstinate  case  of  paralysis  of  the  vocal  chords  and  the  larnygeal  muscles. 
The  symptoms  yielded  readily  to  treatment,  and  the  many  cases  that  we 
have  treated  since  yielded  results  too  striking  to  admit  of  any  doubt 
as  to  the  efficacy  of  the  remedy. 

Dr.  Dahlerup  describes  a case  of  cardiac  paralysis  occurring  in  a lad 
who  was  recovering  from  a diphtheritic  attack. 

The  action  of  the  heart  became  very  rapid,  but  irregular  and  weak. 
Dyspnoea  was  present,  together  with  cyanosis  and  orthopoena,  but  the 
area  of  cardiac  dulness  was  not  increased.*  Some  improvement  followed 
the  administration  of  stimulants  combined  with  digitalis,  but  at  the  end 
of  a week  the  patient  collapsed  and  died.  Although  the  case  was  said  to 
one  of  progressive  diphtheritic  paralysis  of  the  heart,  it  is  not  difficult 
to  believe  that  the  prompt  and  proper  use  of  electricity  might  possibly 
have  saved  life. 

Cerebro-Spinal  Meningitis.— The  symptoms  that  follow  an  attack  of 
cerebro-spinal  meningitis  differ  very  widely  both  in  character  and  grav- 
ity. We  may  have,  first,  incurable  organic  changes  resulting  in  total 
blindness  and  entire  loss  of  hearing,  or  the  symptoms  of  a milder  type 
which  may  be  much  benefited  by  treatment. 

Typho— Malarial  Fever. — When  we  come  to  consider  the  sequelae  of 
either  typhoid  or  malarial  fevers,  we  shall  not  as  a rule,  find  the  same 
gravity  or  diversity  of  symptoms  that  often  confront  us  subsequent  to 
the  acute  stages  of  diphtheria  and  cerebro-spinal  meningitis. 

Convalescence  is,  however,  occasionally  very  tedious,  and  we  have  re- 
corded not  a few  such  cases  where  the  tonic  effects  of  general  faradiz- 
ation and  static  electrification  in  hastening  returning  strength  were 
most  distinctly  marked. 

The  differential  indications  for  the  use  of  the  two  currents  in  the 
sequelae  of  the  diseases  under  consideration  may  be  concisely  formulated 
as  follows : 

ist.  For  the  relief  of  the  various  paralytic  symptoms  that  follow 
diphtheria,  whether  cardiac  or  of  the  voluntary  muscles,  the  faradic  cur- 
rent is  almost  always,  if  not  invaribly,  indicated.  In  the  sequelae  of 
typho-malarial  fever  the  faradic  current  is  also  chiefly  indicated. 

2d.  The  galvanic  current  here  is  not  only  less  effective  than  the 
faradic,  but  is  frequently  useless,  and  occasionally  harmful. 

3d.  While  localized  faradization  may  prove  sufficient  in  cases  where 
the  symptoms  are  mild  and  restricted  in  extent,  general  faradization 
should  be  used  where  the  paralysis  is  more  general  and  constitutional 
symptoms  are  manifest. 

4th.  In  the  treatment  of  the  sequelae  of  cerebro-spinal  meningitis 
the  galvanic  current,  and  generally  by  the  method  of  central  galvaniz- 
ation, is  indicated. 

‘British  Medical  Journal,  January  18,  1900. 
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SequelcB  of  Sunstroke .—'Qyosvsx'g  seasons  of  protracted  and  excessive 
heat,  a very  large  number  of  persons,  especially  in  our  cities,  are  more 
or  less  injured,  either  by  the  general  depressing  influence  of  the  con- 
tinued high  temperature,  or  by  some  special  exposure,  without  being,  in 
the  ordinary  sense  of  the  word,  sunstruck.  Those  whose  nervous  system 
has  been  exhausted  or  disordered  by  the  excessive  use  of  stimulants  and 
narcotics,by  debilitating  diseases,  and  especially  by  overlabor  or  ex- 
citement of  the  brain,  are  most  liable  to  be  thus  affected. 

Injuries  thus  produced  may  be  manifested  by  every  variety  of  nervous 
disorder — spinal  irritation,  insomnia,  neurasthenia,  neuralgia,  epilepsy, 
nervous  dyspepsia,  hysteria,  paralysis,  and,  not  unlikely,  positive 

insanity.  . 

The  majority  of  such  cases  never  know  the  exciting  cause  of  their 

symptoms  until,  perhaps,  it  is  indicated  to  them  by  the  physician  who 
inquires  into  them.  In  a number  of  cases  that  have  been  under  our  care 
for  the  above  symptoms. the  solar  heat  was  a prominent  if  not  a prin- 


cipal cause. 

The  symptoms  may  appear  and  reappear  for  months  and  years  alter 
the  original  attack.  There  is  little  doubt  that  there  are  through  society 
thousands  of  such  cases  of  various  grades,  many  of  whom  have  never 
suspected  the  nature  of  their  malady.  The  solar  origin  of  the  symptoms 
which  we  have  mentioned  may  be  suspected  not  only  when,  as  is  very 
frequently  the  case,  they  can  be  traced  to  some  definite  exposure,  but 
also  when  they  are  observed  to  be  peculiar  to  the  summer,  remitting 
wholly  or  partially  in  winter,  or  to  be  especially  aggravated  by  ex- 
posure to  the  sun,  and  to  be  experienced  only  durmg  the  daytime. 

Our  best  results  with  electricity  have  been  obtained  in  these  cases  by 
a combination  of  the  two  methods  of  electrization,  general  faradization 
and  central  galvanization,  varied  in  some  cases  by  galvanization  of  the 
pneumogastric  and  cervical  sympathetic.  Excepting  those  cases  which, 
by  some  peculiarity  of  temperament,  or  as  a peculiar  result  of  the  dis- 
eases, cannot  bear  electricity,  the  electric  treatment  works  admirably 
whether  used  alone  or  in  connection  with  internal  medication.  In  the 
use  of  the  galvanic  current  it  is  rarely  desirable  in  these  cases  to  excee 
a current  strength  of  ten  milliamperes,  and  more  five  w A 

prove  sufficient.  Arsenic  we  give  in  the  form  of  granules,  1-50  o g 
each,  before  meals.  We  use  also  zinc  in  the  form  of  oxide  or  phosphide, 

and  fat  in  the  form  of  cod-liver  oil  emulsion.  „ in 

Cerebral  and  Spinal  Congestion.- kx.  exceedingly  interesting  point 
thi  consideration  of  congestion  of  the  nerve-centres  m the  di^^creP^cy 
between  the  observed  symptoms  and  the  authoritative  ^tatement^  m 
regard  to  the  necessary  and  constant  relation  o cer  am 
that  condition.  In  pathologic  conditions  of  the  ^ ’ 

more  perhaps  than  with  other  organs  of  the  body,  it  is  diffi  , 
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, • to  associate  a long  list  of  distinct  symptoms  with 

change  ^or  tendency  to  change  of  structure,  and  say  that  they  in- 
raTably  eJist  as  effects  and  cause.  What  we  term  distinct  variations 
from  the  physiologic  conditions  of  the  great  nerve-centres,  so  markedly 
^^nd  unde^^iablv  run  into  and  overlap  each  other,  are  so  frequently  as 
ft  terfintertled  that  it  is  hard  for  the  most  careful  observer  to  do 
more  than  to  arrive  at  approximately  correct  conclusions  as  to  the 
actual  pathology.  Irritation  and  congestion  of  the  cord  may  coexis  . 
Sniurof  fsevere  and  chronic  character  may  simulate  actual  scle- 
fosl  anrhysteria  associated  with  a mild  form  of  either  -ntation  or 
congMtion  may  give  rise  to  symptoms  of  anssthesia  and  such  decided 
impairment  of  elLro-muscular  sensibility  as  completely  to  mislead  the 
practitioner  and  suggest  the 

Pro<rnosis  and  Treatment.-T\v^  relief  that  is  afforded  by  electrization 
in  tfe  ordinary  forms  of  passive  spinal  and  cerebral  congestion  is  quite 

^^'^cXanilltion  of  the  brain,  spinal  cord,  and  sympathetic  are  of 
course  to  be  used,  and  should  be  attempted  with  more  or  less  thoroug  - 
ness  according  to  the  indications  of  each  individual  case. 

General  faradisation,  however,  should  not  be  neglected.  There  are 
very  few  cases  that  will  not  receive  benefit  by  its  judicious  employment. 

al»»«//,«,h.-Anaesthesiaisderived  from  «.  privative,  and 
to  perceive,  and  therefore  literally  signifies  a f ° [ 

It  is  a symptom  of  some  organic  or  functional  disease  of  the  central 
or  peripheral  nervous  system.  The  kinds  of  amesthes.a  are  as  various 
as  are  the  nerve  ramifications,  and  the  symptoins 

are  modified  by  the  locality  and  causation  of  the  disease.  All  forms 
of  anaesthesia,  as  of  paralysis  of  motion  may  for  ° ; . 

venience  of  description  be  classified  under  these  four  general  divisions  . 

Constitutional,  central,  peripheral,  and  reflex.  r modifi 

There  are  five  kinds  of  sensibility,  all  of  which  are,  of  course,  mod.fi 
cations  of  general  sensibility,  and  all  of  which  may  become  diminished 

n“rurh7e  SensiUtUy.-W..  is  the  form  which  is  most  frequent  and 
best  appreciated.  Diminution  or  loss  of  this  sense  is  usually  known  as 

anaesthesia. 

2.  Sensibility  to  Temperature —YitaX.  and  cold. 

2.  Sense  of  Pressure  or  Weight. 

4.  Sense  of  /^«/«.-This  is  quite  distinct  from  tactile  sensibility,  wit 
which,  on  superficial  observation,  it  is  often  confounde  . e oss 
this  sense  is  Llled  analgesia.  These  different  kinds  of  sensibi  ity  may 
be  very  unequally  affected  by  disease.  One  form  may  be  entire  y 

stroyed,  while  the  others  remain  intact.  Thus,  ^ not  felt  ^In 

perfect,  the  prick  of  a needle,  when  thrust  into  the  flesh,  is  not  felt.  In 

such  cases  there  is  analgesia,  but  not  anaesthesia. 
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5.  Farado-Sensibility.— This  form  of  sensibility  appears  to  be  suffi- 
ciently distinct  to  entitle  it  to  special  mention.  Farado-sensibility  may 
be  quite  active  when  tactile  sensibility  is  much  diminished. 

The  diagnosis  of  anaesthesia,  except  in  very  delicate  cases,  is  suffi- 
ciently easy. 

The  degree  of  normal  sensibility  to  tactile  impressions  varies  widely 
in  different  parts  of  the  body.  It  is  necessary  to  bear  this  fact  in  mind 
and  to  make  experimental  trials  on  persons  in  health,  in  order  to  arrive 
at  correct  conclusions  in  cases  of  disease. 

The  use  of  the  compasses,  according  to  the  directions  of  Dr.  Weber,* 
will  enable  one  to  determine  in  a very  accurate  manner  the  condition  of 
the  sensory  functions  in  health  and  disease. 

Thus,  when  the  two  points  of  a pair  of  compasses  are  placed  upon 
the  inner  surface  of  the  last  phalanx  of  the  finger,  they  need  to  be  sepa- 
rated but  one  line  in  order  to  give  two  impressions,  while,  in  the  middle 
of  the  thigh,  the  points  of  the  compasses  need  to  be  distant  from  each 
other  some  fifteen  to  twenty-five  lines  in  order  that  two  impressions  may 
be  received. 

Sensation  in  the  tip  of  the  tongue  is  more  acute  than  in  any  other 
part  of  that  organ,  for  two  impressions  are  received  when  the  points  of 
the  compasses  arc  separated  by  only  half  a line;  and  it  will  be  found 
that,  in  the  face,  this  sense  of  acuteness  diminishes  as  we  recede  from 
the  mesial  line. 

Electro-Diagnosis.— \\\QXQ.  is  a method  of  determining  the  relative 
electro-sensitiveness  of  the  two  sides  of  the  body  that  we  have  found 
very  convenient  and  reliable,  and  sufficiently  delicate  except  for  those 
cases  when  the  anaesthesia  has  extended  over  the  entire  system.  This 
consists  in  the  ap})lication  of  the  faradic  current  by  means  of  a brass 
ball,  or  other  metallic  electrode,  attached  to  one  of  the  poles  of  a faradic 
apparatus.  I'hc  other  pole  of  the  apparatus  may  be  placed  at  the 
feet  of  the  patient,  or  at  the  coccyx,  or  at  any  indifferent  point,  as  may 
be  convenient. 

Different  points  of  the  body,  on  both  sides,  are  alternately  touched 
with  the  brass  ball,  perfectly  dry,  very  lightly,  and  with  a mild  current. 
In  order  to  test  the  sense  of  pain,  the  ball  should  be  covered  with  a 
moist  sponge,  so  that  the  current  may  penetrate  the  epidermis.  In  this 
way  a very  slight  difference  of  sensibility,  especially  of  the  upper  and 
lower  extremities,  can  readily  be  detected.  By  gradually  increasing  the 
power  of  the  current  up  to  the  point  of  endurance,  the  extent  of  the 
anaesthesia  can  be  ascertained  with  tolerable  accuracy.  One  great  ad- 
vantage of  this  method  is  that  the  same  apparatus  with  which  we  treat 
the  disease  can  be  used  to  diagnosticate  it,  and  to  mark  the  progress 
from  day  to  day. 

*“De  Pulsu,  Resorptione,  Auditu  et  Tactu,  Annotationes  anatomicae  et 
physiologicae,”  Lipsiae,  1834. 
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Treatment.— the  anaesthesia  is  very  limited  in  its  extent,  and 
the  o-eneral  health  of  the  patient  is  otherwise  good,  localized  electrization 
is  of  course  indicated.  As  a matter  of  fact,  however,  very  many  anaes- 
thetic patients,  whatever  may  be  the  cause  on  which  their  symptoms 
depend,  are  more  or  less  debilitated,  and  are  benefited  by  the  constitu- 
tional tonic  effects  of  general  electrization.  In  cases  of  anaesthesia  that 
are  dependent  on  lesion  of  the  central  nervous  system,  central  galvaniza- 
tion is  sometimes  indicated.  Obstinate  cases  of  a localized  character 
are  well  treated  by  the  electric  brush.  Anaesthetic  patients  will  generally 
bear  strong  currents  in  proportion  to  the  extent  of  the  anaesthesia 
with  benefit  and  without  injury.  Some  temperaments  that  do  not  feel 
the  current  during  the  application  may  yet  experience  unpleasant  re- 
active effects. 

Prognosis.— prognosis  in  anaesthesia,  waiving  for  the  moment  all 
questions  of  causation  or  pathology,  is  usually  very  favorable,  and  be- 
yond comparison  more  favorable  than  that  of  paralysis  of  motion. 

One  reason  for  this  difference  is  that  anaesthesia  is  an  earlier  symp- 
tom of  organic  disease  of  the  nervous  system  than  motor  paralysis, 
and  is  therefore  sooner  treated.  But  we  continually  observe,  even  when 
the  two  conditions  coexist,  as  is  so  frequently  the  case  in  central,  spinal, 
and  peripheral  paralysis,  that  the  anaesthesia  yields  much  sooner  and 
far  surer  than  the  paralysis  of  motion. 

The  discussion  of  the  interesting  physiologic  questions  suggested  by 
these  observations,  though  somewhat  enticing  and  suggestive,  does  not 
come  within  the  scope  of  the  present  work. 

Diabetes. — The  supposed  relation  of  this  symptom  to  the  disease 
of  the  brain  suggests  the  propriety  of  treating  it  by  galvanization  of 
the  sympathetic  and  of  the  brain  and  spinal  cord.  Under  the  use  of 
high-frequency  currents  d’Arsonval  and  others  have  observed  the  dis- 
appearance of  sugar  from  the  urine,  and  we  ourselves  have  confirmed 
these  results  by  the  use  of  other  modalities  and  other  methods  of  ad- 
ministration. 

Hay  Fever  ( Summer  Catarrh — Rose  Cold. — Autumnal  Catarrh).  We 
have  made  researches  in  this  strange  disease,  and  have  shown  that  the 
nervous  system  has  more  to  do  with  it  than  it  has  been  supposed.  We 
have  treated  several  cases  of  the  disease  during  the  attack  by  external 
galvanization.  In  one  case  considerable  and  in  the  other  case  very 
decided  relief  was  obtained.  Electrization  is  worthy  of  a trial,  since  in  a 
certain  proportion  of  cases  it  will  undoubtedly  afford  some  relief. 

Acute  Diseases — Fevers — Convalescence. — General  faradization  and 

central  galvanization  might  be  used  in  acute  diseases  much  more  than 
they  have  been.*  hen  cjuinine,  iron,  etc.,  are  used,  these  methods  of 
electrization  should  be  used  both  for  their  sedative  and  their  tonic 

*See  New  Remedies,  vol.  hi.,  No.  3,  p.  226. 
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eflfects.  That  the  pulse  and  temperature,  when  abnormally  high,  can  he 
reduced  by  general  faradization  and  central  galvanization  we  have 
abundantly  established  by  many  observations,  and  the  greater  tonic 
effects  of  these  methods  of  using  electricity  are  now  conceded  everywhere. 

The  introduction  of  these  methods  to  the  treatment  of  acute  and 
subacute  diseases  offers  a great  field  for  enterprising  general  practi- 
tioners. 

Dr.  Glax  treated  thirty  cases  of  typhoid  fever  by  galvanization  of  the 
cervical  sympathetic,  and  succeeded  in  reducing  the  temperature  and 
diminishing  the  fever. 

In  convalescence  from  any  acute  disease,  general  faradization  and 
central  galvanization  are  a great  assistance,  and  have  been  considerably 
used  for  that  purpose  by  ourselves  and  other  observers. 

Obesity.— Oh&sity  has  been  treated  by  powerful  electrization,  with 
a view  to  produce  absorption  of  the  adipose  tissue,  and,  it  is  claimed, 
with  some  success.  The  applications  are  directed  through  the  abdomen. 

Chronic  Alcholism.— Without  attempting  to  consider  the  many 
symiJtoms  associated  with  alcoholic  poisoning,  or  attempting  to  define 
the  possible  pathologic  changes  that  may  appear  in  the  membranes  of 
the  brain  and  spinal  cord,  we  would  here  simply  call  attention  to  a 
certain  impairment  of  motor  power  in  the  lower  extremities.  This  loss 
of  power  simulates  paraplegia,  but  as  a rule  is  only  partial  or  incom- 
plete. 

It  is,  however,  sufficiently  distinctive  to  deserve  the  term  of  “al- 
coholic paralysis,”  and  is  indicative  of  a condition  more  rooted  and 
severe  than  the  familiar  general  muscular  and  nervous  debility  that 
afflicts  the  habitual  drinker.  While  in  many  cases  of  alcoholic  para- 
plegia it  is  evident  that  certain  pathologic  peculiarities  must  exist,  such 
as  chronic  meningitis  of  the  cord,  on  the  one  hand,  and,  on  the  other, 
thickening  of  the  membranes  of  the  brain  and  spinal  cord,  together  with 
a wasting  of  the  substance,  it  is  in  other  cases  as  certainly  evident 
that  no  such  structural  change  is  present.  On  no  other  supposition  can 
we  account  for  the  rapidity  and  permanently  beneficial  effects  that  so 
frequently  follow  the  use  of  electrization  in  cases  of  alcoholic  paraplegia. 

Ozone  and  Ozottized  Oxygen. — When  sparks  of  electricity  pass  be- 
tween two  metallic  plates,  a peculiar  odorous  principle  is  developed, 
which  has  been  termed  ozone  (from  oC",  to  smell).  This  odor  is  ob- 
served during  experiments  with  apparatus  for  static  electricity,  while 
the  electricity  is  passing  from  a point,  when  a discharge  from  a stiong 
battery  is  sent  through  a number  of  sheets  of  paper,  and  also  after  an 
object  has  been  struck  by  lightning.  As  long  ago  as  1785,  Von  Maruin 
observed  that  electrified  oxygen  gave  forth  an  odor  much  like  that 
which  is  observed  after  a lightning  stroke.  This  odor  was  usually  de- 
scribed as  “sulphurous.”  Mr.  Schonbein,  who,  in  1840,  first  called 
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formal  attention  to  ozone,  first  discovered  that  it  appears  at  the  posi- 
tive pole  in  the  electrolyzation  of  water. 

The  observer  also  found  that  this  peculiar  odoriferous  principle  can 
be  preserved  in  glass  vessels  for  a very  long  time.  The  odor  may  be 
prevented  from  appearing  by  raising  the  temperature  of  the  liquid  to  a 
boiling  point,  and  it  may  be  at  once  neutralized  by  the  addition  of 
quite  small  quantities  of  pulverized  charcoal,  tin,  zinc,  iron,  lead,  an- 
timony, bismuth  or  arsenic,  by  a little  mercury,  or  by  introducing  into  the 
substance  red  hot  platinum  or  gold.  It  is  produced  by  the  slow 
oxidation  of  phosphorus.  It  is  disengaged  from  solutions  of  a number 
of  the  salts,  and  from  diluted  nitric,  phosphoric,  and  sulphuric  acids- 
Mr.  Gann  concluded,  from  his  experiments,  that  this  odor  may  be 
evolved  from  all  metals,  provided  thay  are  so  treated  as  not  to  become 
oxidized  or  to  combine  with  other  metals.* 

Tes^s.— The  test  for  ozone  proposed  by  Schonbein  was  a paper  mois- 
tened with  a solution  of  iodine  of  potassium  and  starch.  The  ozone 
sets  free  the  iodine  and  gives  the  starch  a deep-blue  color. 

General  Properties —Ozone  is  active  intensified  oxygen.  Like  oxygen,, 
it  has  a powerful  oxidizing  action.  It  is  about  half  as  heavy  as  oxygen, 
and,  at  a temperature  of  290°  (Cent.),  is  changed  back  into  ordinary 
oxygen.  It  is  only  soluble  in  oil  of  turpentine. 

Ozone  exists  in  the  atmosphere  in  greater  or  less  quantity,  which  is. 
believed  to  vary  with  the  atmospheric  conditions,  and  to  exert  a definite 
and  powerful  influence  on  the  health,  although  precise  and  satisfactory 
demonstration  of  the  nature  and  extent  of  the  laws  of  this  influence 
is  yet  wanting. 

According  to  the  experiments  of  Professor  Schonbein,  Messrs.  Marti- 
guer,  Marignac,  De  la  Rive,  Becquerel,  Fremy,  and  others  it  would  ap- 
pear that  ozone  is  only  a peculiar  form  of  oxygen  produced  by  electricity 
— a change  analogous  to  that  which  the  solar  rays  bring  forth  in  chlor- 
ine— and  that  its  presence  in  certain  quantities  is  essential  to  health. 
According  to  Dr.  Boeckel,  Professor  Schonbein,  and  Dr.  Billiard,  the 
presence  of  cholera  or  malaria  is  attended  by  the  absence  of  ozone.f 
It  is  possible  that  ozone  has  more  or  less  share  in  the  variations  of 
the  physical  conditions  that  have  been  ascribed  to  changes  in  the  con- 
ditions of  atmospheric  electricity.  Ozone  is  found  to  be  especially  abund- 
ant in  the  atmosphere  after  a thunder-storm.  It  is  also  supposed  to  be 
produced  by  decay  and  the  growth  of  plants.  It  destroys  the  impuri- 
ties of  the  air  miasms  by  producing  oxidation.  It  has  been  estimated 
that  “volume  of  air  containing  1-6000  of  ozone  will  purify  540  vol- 

* “Lectures  on  Electricity,”  by  Henry  M.  Noad,  London,  1844,  p.  232. 
f “On  the  influence  of  Variations  of  Electric  Tension  as  the  Remote  Cause 
of  Epidemic  and  Other  Diseases,”  by  William  Craig,  1864,  p.  424.  See  also 
Cornelius  Fox  on  “Ozone  and  Antozone”  for  a resume  of  what  is  known  of  this 
subject. 
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umes  of  putrid  air.”  In  the  arts  ozone  has  been  utilized  for  bleaching 
and  disinfecting. 

Physiologic  and  Therapeutic  Effects  of  Ozone— physiologic  effects 
of  ozone  have  been  studied  both  on  man  and  on  animals.  It  is  be- 
lieved that  the  bracing  and  inspiring  effect  of  a clear,  crisp,  and  spark- 
ling morning  is  due  in  part  to  the  great  amount  of  ozone  in  the  atmos- 
phere.* When  it  is  held  in  combination  with  oxygen  or  common  air,  it 
acts  much  like  oxygen,  but  more  powerfully.  It  affects  the  pulse,  the 
respiration,  and  the  circulation,  in  various  ways,  according  to  the  quan- 
tity taken  and  the  temperament  of  the  individual.  In  this  respect  it 
behaves  like  electricity.  It  has  been  thought  that  ozone  is  formed  in 
the  body  from  the  contact  of  oxygen  gas  with  the  blood,  and  there  are 
those  who  believe  that  it  is  absorbed  with  the  oxygen  in  the  air,  and 
is  carried  into  the  blood,  where  it  takes  part  in  the  process  of  oxida- 
tion. 

There  is  a possibility,  if  not  indeed  a probability,  that  electricity,  in 
its  passage  through  the  body,  generates  ozone  in  very  minute  quanti- 
ties, through  the  electrolytic  and  other  changes  that  it  produces,  and 
the  theory  that  the  benclicial  effects  of  electrization  are  in  part  due  to 
the  ozone  thus  generated  has  some  jilausibility.  But  on  all  these  sub- 
jects very  little  is  known.  Experiments  made  in  the  laboratory  with 
ozone,  artificially  prepared,  are  highly  suggestive.  Catarrhal  symp- 
toms and  attacks,  much  resembling  epidemic  influenza,  are  produced 
by  long  breathing  air  laden  with  ozone.  It  is  stated  that  it  would  be 
difficult  to  distinguish  between  the  symptoms  of  influenza  and  the  symp- 
toms of  an  overdose  of  ozone.  Experiments  on  animals  have  shown 
that  irritation  of  the  mucous  lining  of  the  throat  and  nostrils,  with 
fclirile  symptoms  and  congestion  of  the  lungs,  may  be  quickly  excited 
by  breathing  air  containing  a large  percentage  of  ozone.  If  animals 
arc  for  a long  time  subjected  to  ozone  they  perish.  In  their  suscepti- 
bility to  it,  however  they  vary  widely.  A rabbit,  breathing  air  mingled 
with  T-2000  of  its  weight  in  ozone,  has  died  in  two  hours.  Mice,  breath- 
ing air  about  1-6000  of  ozone,  have  died  immediately.  Rats  are  more  sus- 
ceptible than  guinea-pigs,  and  guinea-pigs  are  more  susceptible  than 
rabbits.  Pigeons  are  quite  tolerant  of  ozone,  and  frogs  are  proo 
against  it,  provided  they  have  abundance  of  water.  Birds  are  spec- 
ially tolerant  of  this  agent,  as  might  naturally  be  inferred,  since,  in  the 
higher  strata  of  the  air,  where  they  fly,  ozone  is  more  abundant  than 
near  the  earth. 

A convenient  apparatus  for  the  inhalation  of  ozonizecl  oxygen  is 
that  of  Siemen,  which  consists  of  a glass  tube  lined  with  tinfoil  leaves 
that  are  connected  with  the  current  from  a powerful  helix,  and  slightly 
separated  from  each  other,  so  that  in  passing  from  one  to  the  other  t 

*Dr.  Baldwin,  Am.  Jour.  Med.  Sciences,  October,  1874,  gives  observations 
that  oppose  this  theory. 
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current  is  interrupted  with  sparks.  Through  this  tube  the  oxygen  passes 
from  an  iron  receiver,  and  ozone  is  developed  by  the  action  of  the  cur- 
rent at  its  interruptions.  By  this  apparatus  fifteen  per  cent,  ot  the 
oxygen  may  be  converted  into  zone.  A glass  apartment  may  be  con- 
structed on  the  same  principle,  in  which  the  patient  may  sit  for  a long 
time  and  slowly  breathe  in  a natural  manner  the  diffused  ozonized 
oxygen.  Dr.  C.  Lender,*  of  Berlin,  has  successfully  experimented  with 
the  inhalation  of  ozonized  oxygen  in  the  treatment  of  wounds,  and  has 
found  that  in  malaria  and  various  conditions  associated  with  impure 
blood  and  depraved  nutrition,  its  corrective  and  tonic  effects  are  very 
decided.  Others,  both  abroad  and  in  this  country,  have  studied  the 
therapeutic  effects  of  ozone  with  encouraging  results  and  almost  every 
manufacturer  of  electric  apparatus  for  therapeutic  purposes,  has  some 
form  of  simple  appliance  for  the  generation  of  ozone. 


* “Das  unreine  Blut  und  seine  Reinigung  durch  negativ-electrischen  Sauers- 
toff  (Ozon).”  Also,  “Sauerstoff  und  Ozonsauerstoff,  nebst  ihrer  Anwendung 
bei  Verwundeten,  nach  einem  im  Berliner  Inhalatorium  gehaltenen  Vortrage. 
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CHAPTER  I. 

HISTORY  OF  ELECTRO-SURGERY. 

Electro-Surgery  is  that  branch  of  electro-therapeutics  which  includes 
the  electric  treatment  of  the  diseases  commonly  known  as  surgical. 

Besides  the  many  medical  applications  of  electricity,  all  of  which  may 
be  used  for  surgical  diseases,  it  includes  galvano-cautery  and  electrolysis, 
both  of  which  may  be  regarded  as  peculiar  to  this  department. 

History  of  Electro- Surgery. — The  history  of  surgical  electricity,  though 
to  a considerable  degree  interwoven  with  the  history  of  electro-therapeutics 
in  general,  is  yet  sufficiently  distinct  to  entitle  it  to  special  consideration. 

Electro-surgery  was  born  in  one  of  the  darkest  eras  of  electro-therapeu- 
tics, the  decade  just  preceding  the  great  discovery  of  induction  by  Fara- 
day, in  1831.  The  distrust  and  neglect  with  which  at  this  period  espe- 
cially electro-therapeutics  was  regarded  by  men  of  science  were  due  partly 
to  the  reaction  that  inevitably  followed  the  extravagant  hopes  that  had 
been  raised  on  the  discovery  and  popularization  of  the  voltaic  pile  at  the 
beginning  of  the  century;  partly  to  the  inconstancy  and  unreliability  of 
the  pile  itself,  partly  to  the  almost  absolute  ignorance  of  the  profession 
concerning  the  indications  for,  the  effects  of,  or  the  methods  of  using  elec- 
tricity ; and  partly  also  to  the  fact  that  it  was  confounded  with  mesmerism, 
which,  after  creating  absurd  and  widespread  excitement,  had  fallen  into 
deserved  and  permanent  neglect. 

It  was  in  the  middle  of  this  era,  in  the  year  1825,*  when  the  cause  of 
electro-therapeutics  seemed  hopelessly  lost,  that  Sarlandiere  f called  re- 
newed attention  to  this  despised  agent  by  proposing  the  employment  of 

*Two  years  previously  (1823)  Prevost  and  Dumas  had  attempted,  with  some  success, 
the  dissolution  of  calculi  of  the  bladder  in  animals;  and  many  years  before  some  surgical 
diseases  had  been  treated  electrically,  but  the  subject  was  not  systematically  studied  until 
1825. 

t " Memoires  sur  I’electro-puncture,”  Paris,  1825. 
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electro-puncture,  in  order  to  bring  the  current  more  directly  to  bear  on  the 
deeper  tissues.  The  first  experiments  were  made  with  static  electricity. 

The  subject  was  afterwards  studied  by  Magendie,  who  used  electro- 
puncture with  the  galvanic  current  (galvano-puncture)  in  the  treatment  of 
various  diseases.  At  first  electro-puncture  was  used  medically  more  than 
surgically.  The  treatment  of  aneurisms  by  this  method  was  of  a later 
date. 

The  idea  of  causing  coagulation  of  the  blood  by  galvano-puncture  was 
originally  suggested  by  Scudamore,  and  in  1831  Gudrard,  Pravaz,  and  Le- 
roy d’Etiolles  proposed  the  treatment  of  aneurism  by  this  method,  which 
was  first  practised  by  B.  Phillips  about  the  year  1832,*  and  afterwards 
studied  by  Liston. 

In  1839  Schuster  successfully  employed  electro-puncture  for  the  treat- 
ment of  hydrocele  and  other  serous  effusions,  and  in  1843  he  reported  his 
successes  to  the  French  Academy. 

In  1839,  and  the  year  following  also,  Crussel,  whose  name  is  so  prom- 
inent a figure  in  the  history  of  electro-surgery,  began  his  investigations  on 
electrolysis.'!'  His  experiments  excited  little  interest  in  the  profession. 

In  1843,  also,  Steinheil  and  Heider  suggested  the  theory  that  the  nerves 
of  teeth  might  be  killed  by  placing  a platinum  wire,  heated  by  the  passage 
of  a galvanic  current,  in  the  cavity,  and  in  1845  Heider  first  successfully 
employed  this  method.  He  used  for  this  purpose  one  very  large  element 
of  Grove.  The  operation  took  but  a few  seconds. 

In  1846  Crussel,  whose  name,  as  we  have  seen,  is  also  to  be  remem- 
bered as  the  founder  of  electrolytic  treatment,  successfully  removed  by  the 
heated  platinum  wire  a “ large  fungus  haematodes,  situated  in  the  frontal 

and  ocular  region.”  ' 

In  the  same  year  Petrdquin,  of  Lyons,  obtained  successful  results  m 

the  treatment  of  aneurisms  by  galvano-puncture.  The  year  1846  may 
therefore  be  regarded  as  one  of  special  significance  in  the  history  of  elec- 
tro-surgery. About  this  time  also,  the  same  treatment  was  used  by  Burci, 

of  Italy.  . , , 

In  1847  Bertani  and  Milan!  first  treated  varicose  veins  by  galvano- 

puncture.  In  the  same  year  Crussel  published  his  method  of  treating  u - 
cers  by  availing  himself  of  the  electrolytic  powers  of  the  galvanic  current. 
This  author  observed  that  when  two  metallic  plates  are  connected  with  the 
poles  of  a galvanic  apparatus,  and  applied  to  the  body,  very  different 


t FrTmmTold;  -SSotherapie  mit  besonderer  RUcksicht  auf  Nerven-Krankheiten, 

'■“The  with  el.c.rolysfs  were  made  much 

cording  to  EreLer,  Mougiardini  and  Laudo  had  used  \ 

nected  with  the  negative  pole  (probably  of  a voltaic  pile,  which  was  then  « .. 

notice),  tor  the  treaLent  of  gangrene.  •'  Dell  applic.slone  del  Galvanisme  alia  medicina, 

Genovse,  1803. 
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effects  were  produced  at  the  tw'o  poles — the  positive  acting  like  an  acid, 
and  making  harder  the  tissue ; the  negative  like  an  alkali,  and  causing  an 
increase  of  fluid.  On  the  strength  of  this  observation,  Crussel  treated  ul- 
cers and  cancers  by  a flow  connected  with  the  positive  pole  of  the  appara- 
tus, while  the  negative  was  in  the  hand  of  the  patient.  The  result  of  this 
treatment  was  to  cause  a scab  to  form,  which  fell  off,  leaving  the  sore 
smaller  and  more  healthful  in  appearance.  Repeated  treatment  of  this 
kind  wrought  cures. 

In  the  same  and  the  following  year,  Crussel  formally  called  the  atten- 
tion of  the  profession  to  “ the  electrolytic  method  of  cure.”  * For  the 
treatment  of  strictures  another  method  was  subsequently  investigated  by 
Willebrand,  Wells,  Ciniselli,  and  has  recently  been  revised  by  Scouteten, 
Mallez,  Tripier,  and  others.  In  1850  Marshall  suggested  and  successfully 
employed  the  galvano-cautery  in  the  treatment  of  fistulae. 

In  1852  Baumgarten  and  Wertheimer,  with  the  co-operation  of  Mal- 
gaigne,  successfully  operated  on  an  aggravated  case  of  varicose  veins  in 
the  arm. 

In  1852,  also,  Ciniselli  f first  established  by  experiment  that  the  alka- 
lies appear  at  the  negative,  and  the  acids  at  the  positive  pole.  His  meth- 
od of  demonstration  was  to  lay  a piece  of  flesh  across  the  edges  of  two 
vessels  filled  with  distilled  water,  and  alternately  connecting  each  of  the 
vessels  with  a pole.  The  acids  were  found  in  the  vessel  containing  the 
positive  pole,  and  the  alkalies  in  the  vessel  containing  the  negative.  The 
piece  of  flesh  was  shrunken  and  burned.  J 

In  1853  Ellis  first  used  the  heated  platinum  wire  for  cauterization  of 
the  cervix  in  inflammations  and  ulcerations.  In  this  same  year  Hall  suc- 
cessfully treated  a case  of  ununited  fracture  by  galvano-puncture. 

A great  and  important  impulse  was  given  to  galvano-cautery  by  Middel- 
dorpff,  who  in  1854  published  his  celebrated  work  on  the  subject.| 

In  1855  Demarquay  removed  a swelling  of  the  submaxillary  gland  by 
galvano-puncture.  In  the  same  year,  Vergnes  and  Poey  published  their 
experiments  on  the  removal  of  poisonous  metals  from  the  body  by  the 
electro-chemic  bath. 

In  1856  Boulu  caused  resolution  of  tumors  in  a number  of  cases  by 
magneto-electricity,  applied  by  means  of  metallic  disks.  Two  cases  of 
swelling  of  the  parotid  gland  were  in  this  way  entirely  cured.  In  the  same 
year  Meding  extracted  mercury  from  a patient  who  had  long  suffered  from 
mercurial  poisoning,  by  means  of  the  electro-chemic  bath. 

* “De  Electrolytische  Heilmethode.  ” Neue  Med  -Chir.  Zeitung,  1847,  No.  7.  Med. 
Zeitung  Russlands,  1847  and  1848.  Quoted  by  Meyer,  op.  cit.,  p.  474- 

t “ Dell’  azione  chimica,  dell’  electricita,”  Cremona,  1852. 

X Brenner;  “ Untersuchungen  und  Beobachtungen  auf  dem  Gebiete  der  Elektrother- 
apie,”  Bd.  ii.,  p.  265. 

II  “ The  Galvano-Caustic,”  Breslau,  1854. 
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In  1858  and  1859  Zsigmondi  published  the  result  of  his  successful  ex- 
perience with  galvano-cautery  after  the  system  of  Middeldorpff.  In  1859, 
also,  Delstanche,  Lehmann,  Burdel,  and  Thevissen  reported  successes  in 
the  treatment  of  hydrocele  by  farado-puncture. 

In  1861  Braun  and  Von  Gruenewald  introduced  the  galvano-cautery 
into  gynecology,  where  it  has  since  been  employed  for  the  removal  of  poly- 
pi, excision  of  the  cervix,  and  so  fortli. 

Both  in  the  extent  and  the  variety  of  his  operations  in  this  department 
Middeldorpff  far  surpassed  all  his  predecessors.  He  devised  a powerful, 
though  somewhat  bulky  apparatus,  as  well  as  various  burners  and  loops 
for  operating  on  different  parts  and  organs  of  the  body. 

In  1867  Althaus*  revived  the  attention  of  surgeons  to  the  surgical 
powers  of  electricity  by  reports  of  successful  experiments  in  the  treatment 
of  naevi  and  tumors  of  various  kinds  by  electrolyzation. 

In  later  years  extensive  researches  have  been  made  in  nearly  all  the 
prominent  departments  of  electro-surgery  by  the  authors  of  the  present 
treatise. f The  results  of  the  researches  are  recorded  in  this  section.  Ex- 
periments made  in  those  departments  of  electro-physiology  bearing  on 
electro-surgery  have  already  been  recorded  in  the  section  on  Electro-Phys- 
iology. During  the  same  period  the  various  departments  of  electro-surgery 
have  been  studied  by  Althaus,  Von  Bruns,  Byrne,  Groh,  Neftel,  Duncan, 
Newman,  Voltolini,  Caldwell,  Prince,  and,  following  Apostoli’s  investiga- 
tions, a host  of  workers  too  numerous  to  mention  have  done  excellent  and 
original  work  in  this  department. 

Surgical  Coinparcd  with  Medical  Electricity —\n  comparing  this  history 
of  surgical  with  that  of  medical  electricity,  we  observe  a number  of  inter- 
esting points  both  of  similarity  and  of  contrast.  Surgical  is  much  younger 
than  medical  electricity,  dating,  as  we  have  seen,  from  1825.  In  neither 
department  has  the  progress  been  uniform  or  consistent.  Eras  of  extrava- 
gant expectation  have  been  followed  by  eras  of  indifference,  although  with 
surgical  electricity  the  contrast  has  been  much  less  marked  than  with  medi- 
cal. The  interest  that  was  aroused  by  the  introduction  of  electro-punc- 
ture in  1825,  of  electrolysis  and  galvano-cauter}^  in  1846-47,  was  followed 
by  a reaction  of  negle  t that  allowed  the  whole  subject  to  sink  into  nearly 
absolute  forgetfulness.  The  progress  of  surgical  even  more  than  of  medi- 
cal electricity  was  impeded  by  want  of  convenient  and  reliable  apparatus, 
and  by  this  difficulty  is  explained  the  fact  that  so  few  workers  entered  this 
most  promising  field.  While  the  number  of  experimenters  in  medical  elec- 
tricity, both  in  the  profession  and  out  of  it,  and  in  various  countries,  is 
very  large,  including  very  many  of  the  ablest  writers  of  modem  medica 
literature,  the  practice  of  distinctly  surgical  electricity  has  been  confine 

* “ Tumors  and  other  Surgical  Diseases,”  1867.  , m n and 

t ‘‘  Clinical  Researches  in  Electro-Surgery.”  By  A.  D.  Rockwell.  A.h  • •• 
George  M.  Beard,  A.M.,  M.D.  William  Wood  & Co. 
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to  a few,  and  the  authors  by  whom  it  has  been  really  advanced  could  be 
counted  on  one’s  fingers. 

Surgical,  unlike  medical  electricity,  has  been  studied  and  pursued 
mainly*by  men  of  science,  and  the  progress  that  has  been  made  in  it  has 
been  much  more  frequently  the  direct  result  of  scienUfic  observation  and 
experiment.  Those  physicians  who  have  made  eras  in  medical  electricity 
ha^  done  so  by  improving,  developing,  systematizing,  and  introducing  to 
the  profession  methods  of  treatment  which  either  by  charlatans  or  others 
had  been  substantially  known  and  practised  before  them.  Sarlandiere, 
Stenheil,  Heider,  and  Crussel,  on  the  contrary,  first  suggested  and  em- 
ployed as  well  as  introduced  to  the  profession  electro-puncture,  galvano- 
cautery,  and  electrolysis. 

Another  important  distinction  is  this,  that  nearly  all  the  surgical  dis- 
eases for  which  electricity  is  employed  have  been  treated  with  more  or  less 
success  by  other  methods,  while  in  many  of  the  medical  diseases  in  which 
electrization  has  been  most  successful  it  has  been  the  chief,  and  in  some 

the  only  dependence.  , • j 

Finally,  it  should  not  be  forgotten  that  the  surgical  successes  achieved 

by  electricity  have  been  of  great  service  to  electro-therapeutics  in  general. 
A surgical  operation  appeals  to  the  eye  and  to  mechanical  skill,  while 
medicine  appeals  to  the  higher  and  rarer  qualities  of  reason  and  imagma- 
tion.  Many  who  fail  to  comprehend  a complex  medical  fact  or  principle 
may  be  fascinated  and  carried  to  enthusiasm  by  whatever  strikes  the  senses. 
Hence  we  find  that  the  suggestion  of  electro-puncture  in  1825  revived  an 
interest  in  electricity  that  its  purely  medical  applications  failed  to  sus- 
tain, and  from  that  time  to  the  present  the  fortunate  operations  of  galvano- 
cautery  and  electrolysis  have  aroused  the  attention  of  many  who  had  no 
faith  in  and  no  comprehension  of  the  remarkable  powers  of  electricity 

over  nutrition.  • Tt/t  j-  1 

Temperament  of  the  Patient  Less  lmporta7it  in  Surgical  than  in  Medical 

Electricity— In  medical  electricity,  as  we  have  seen,  the  results  of  treat- 
ment largely  depend  on  the  temperament.  Some  can  bear  almost  any. 
amount  of  electric  treatment,  others  can  bear  but  a little,  and  others  still 
can  bear  none  at  all.  We  have  seen  in  the  chapter  on  Neurasthenia  and 
Allied  Affections  that  symptoms  for  which  electricity  is  peculiarly  adapt- 
ed, and  over  which  its  greatest  victories  are  obtained,  sometimes  refuse  to 
yield  and  are  indeed  aggravated  when  any  form  of  electricity  is  used  by 
any  mode  of  application,  for  the  reason  that  the  temperament  of  the  pa- 
tient contraindicates  electricity.  Temperaments  that  will  not  bear  elec 
tricity  at  all  or  but  little  are  quite  frequently  found,  especially  among 
the  better  classes.  In  surgical  diseases  that  are  treated  by  distinctively 
surgical  applications  of  electricity  the  temperament  need  not  usually  be 
taken  into  account.  Electro-surgical  operations  are  of  a thermal  or  chemic 
character,  and  are  not  dependent  for  their  success  on  the  idiosyncrasy  of 
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the  patient.  We  have  seen,  furthermore,  that  the  electro-susceptibility  of 
patients  may  appear  either  in  the  form  of  farado-susceptibility  or  galvano- 
susceptibility — some  who  can  bear  and  be  benefited  by  the  faradic  current 
cannot  bear  the  galvanic,  and  vice  versa.  In  electro-surgical  operations 
the  possibility  of  these  special  idiosyncrasies  need  not  be  considered.  It 
is  true  that  patients  behave  very  differently  after  electro-surgical  opera- 
tions, that  some  suffer  from  irritative  fever  and  others  do  not,  and  these 
differences  of  effect  may  very  likely  be  due  to  differences  of  electro-suscep- 
tibility, but  such  differences  are  not  usually  of  sufficiently  serious  impor- 
tance to  require  consideration. 


CHAPTER  II. 

electrolysis— ITS  NATURE  AND  GENERAL  METHODS. 

The  definition  and  derivation  of  electrolysis,  as  well  as  its  general 
laws  and  phenomena,  have  already  been  given  (see  Electro-Physics, 
Chapter  IV.).  Its  physiologic  relations  have  also  been  presented  in 
considerable  detail  (see  Electro-Physiology).  It  remains  for  us  here 
to  speak  only  of  electrolysis  in  its  surgical  relations,  and  to  describe  the 
rules  and  methods  of  the  various  operations  in  which  it  has  been  found 
of  service.  Electrolysis  in  surgery  is,  however,  so  closely  dependent  on 
electrolysis  in  physics  and  physiology  that  no  one  can  intelligently 
utilize  and  explain  it  in  operative  procedures  who  does  not  also  under- 
stand its  physical  and  physiologic  relations.  ^ . . u 

The  term  electrolysis  is  a general  one,  and  signifies  decomposition  by 
electricity.  As  such  it  applies  to  the  electric  decomposition  of  inorganic 
as  well  as  organic  substances,  and  of  animal  tissues,  whether  in  health  or 
in  disease,  living  or  dead.  Practically,  however,  the  term  is  now  pretty 
well  restricted,  in  electro-therapeutic  language,  to  the  electric  decompo- 
sition of  morbid  growths,  or  to  parts  affected  by  chronic  inflammation  by 
means  of  some  form  of  needle  electrodes,  and  although  more  or  less  elec- 
trolytic action  takes  place  in  all  applications  of  the  galvanic  current  ex- 
ternally or  internally,  yet  the  term,  when  applied  to  any  electric  opera- 
tion, is  understood  to  imply  that  electrolytic  action  was  the  leading  effect 
sought  for,  and  that  it  was  obtained  by  needles,  or  at  least  by  some  form 
of  metallic  electrode  more  or  less  pointed  at  the  extremity. 

On  the  other  hand,  when  electrodes  with  very  large  surface  are  used, 
with  a view  to  chemic  effect,  and  the  transfer  of  fluids  with  absorption, 
the  process  is  called  catalysis.  Catalysis  or  cataphoresis  depends,  in  part 
at  least,  on  electrolysis,  and  the  distinction  between  the  terms,  which  has 
been  observed  by  electro-therapeutists,  is  practical  rather  than  scmntific. 

Theory  of  Electrolysis  of  Morbid  Living  Tissue.— ^or  electrolysis,  hying 
as  compared  with  dead  tissue  has  the  twofold  advantage  that  its  solutions 
are  warmer  and  therefore  better  conductors,  and  that  it  is  capable  of  the 
processes  of  absorption. 

When  needles  connected  with  the  poles  of  a galvanic  battery  are  in- 
serted into  a tumor,  a threefold  action  is  produced . 

I.  Decomposition  of  its  Fluid  Constituents.— and  alkalies, 
soda,  potassa,  etc.,  go  to  the  negative,  and  oxygen  and  acids  to  the  posi- 
tive. The  special  character  of  these  electrolytic  phenomena  will  depend 
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on  the  character  of  the  tumor,  and  the  rapidity  of  the  action  will  be  pro- 
portioned to  the  relative  amount  of  its  fluid  constituents.  As  the  body  is 
mostly  composed  of  water  holding  salts  of  potash,  soda,  etc.,  in  solution, 
it  is  a good  electrolyte,  and  in  most  of  the  conditions  of  disease  under' 
goes  rapid  decomposition.  Scirrhus  and  fibroids,  when  hard  and  firm 
require  considerable  strength  of  current,  and  are  electrolyzed  with  com- 
parative slowness.  Erectile  tumors,  which  are  almost  entirely  of  fluid 
composition,  can  be  electrolyzed  very  rapidly.  Although  electrolytic  ac- 
tion takes  place  at  both  poles  when  inserted  in  tumors,  as  when  inserted 
in  inorganic  substances,  yet  this  action  on  the  whole  appears  to  be  the 
more  vigorous  and  more  effective  for  causing  absorption  and  disintegra- 
tion at  the  negative  pole,  and  in  practice  this  pole  is  usually  found  to  be 
the  more  efficacious,  although  successful  results  are  obtained  by  the  posi- 
tive pole  or  by  both  combined.  Epithelioma,  being  largely  composed  of 
water,  also  decompose  rapidly. 

Reasoning  from  what  we  know  of  the  electrolysis  of  inorganic  sub- 
stances, it  is  proper  to  assume  that  in  the  electrolysis  of  a malignant 
tumor,  for  example,  the  many  chemic  substances  of  which  it  is  composed 
undergo  manifold  combinations  and  recombinations,  the  precise  nature  of 
which  cannot  well  be  fully  divined,  and  the  practical  effect  of  which  in 
causing  discussion  of  the  tumor  can  only  be  determined  by  extended  clin- 
ical experience. 

2.  Absorption. — Absorption  may  be  hastened  both  by  the  chemic 
changes  that  take  place,  and  also  by  the  mechanically  irritating  effect  of 
the  needles  and  the  transference  of  the  anions  and  cations.  This  absorp- 
tion takes  place  both  during  and  after  the  treatment.  In  some  cases  it  is 
not  at  all  observed  during  the  operation,  but  goes  on  slowly  for  weeks 
following.  Stimulation  of  absorption  is  especially  marked  when  elec- 
tricity acts  on  hydrocele  and  cystic  tumors. 

3.  Disintegration  and  Atrophy. — As  a result  of  the  decomjjosition  and 
absorption,  and  associated  with  them,  the  tissues  become  dried,  separated, 
shrivelled,  and  the  tumor  decreases  in  bulk  and  may  entirely  disappear. 
All  these  processes,  or  rather  the  effects  of  these  processes,  may  be  dis- 
tinctly observed  during  the  electrolysis  of  any  small  wen,  mole,  na;vus,  or 
wart,  both  during  and  after  the  operation.  Shortly  after  the  needle  is  in- 
serted, the  growth  will  be  seen  to  change  in  color;  the  skin  soon  begins 
to  shrivel  and  contract,  like  an  apple  when  it  is  baking.  The  next  day 
the  growth  will  be  still  smaller,  and  perhaps  nearly  or  entirely  obliter- 
ated. 

Apparatus  for  Electrolysis. — Electrolytic  action  is  chiefly  obtained  by 
the  galvanic  current,  although  there  is  little  question  that  the  faradic 
current  (both  the  electro-magnetic  and  magneto-electric)  bas  more  or  less 
electrolytic  power,  and  the  magneto-electric  current  has  been  used  in  elec- 
tro-plating. 
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It  has  been  shown  that  for  the  purposes  of  galvano-cautery  quantity 
with  moderate  tension  was  required,  and  that  this  was  obtained  by  a few 
large  elements;  for  the  purposes  of  electrolysis  tension  with  moderate  or 
fair  quantity  is  required,  such  as  is  obtained  by  a considerable  number  of 
elements  of  medium  size  (see  chapter  on  Ohm’s  Law  in  Electro-Physics). 

Any  of  the  galvanic  batteries  described  in  the  chapter  on  apparatus 
can  be  used  for  electrolysis,  and  when  available  the  Edison  low-pressure 
street  current  with  its  voltage  limited  to  no  combines  convenience,  con- 
stancy, and  safety. 

Alethods  of  Testmg  the  Electrolytic  Batteries. — Batteries  may  be  approxi- 
mately tested  with  a view  to  ascertaining  their  comparative  advantages  for 
surgical  operation  by  the  amount  of  deflection  they  cause  to  the  needle  of 
the  galvanometer  of  known  construction ; by  the  rapidity  and  amount  of 
decomposition  which  they  cause  in  simple  compounds,  such  as  acidulated 


w'ater,  iodide  of  potassium,  or  common  salt;  and  by  their  capacity  for 
heating  platinum  wire. 

An  approximate  test  for  the  qualities  that  are  needed  in  electrolytic 
operations  in  the  absence  of  a galvanometer  is  found  in  the  decomposition 
of  iodide  of  potassium.  The  rapidity  with  which  this  yields  to  the  current 
of  a battery,  and  the  amount  of  iodine  evolved  in  a given  time,  very  fairly 
indicate  the  capacity  of  that  batteiy  for  electrolytic  purposes.* 

Needles. — For  producing  electrolysis  in  tissues  beneath  the  skin  fine 
needles  of  gold  or  gilded  steel  are  used.  The  advantage  of  the  gold  is 
that  it  resists  oxidation  better  than  any  other  metal.  Gold  or  gilded 
needles  can,  however,  be  used  only  with  the  negative  pole,  since  with  the 
positive  they  would  be  acted  on.  The  conductors  may  be  composed  of 
two,  four,  six,  eight,  or  more  needles.  The  needles  may  be  insulated  with 
hard  rubber,  or  collodion,  or  shellac  for  about  one-third  of  their  length, 

* In  experimenting  with  galvanic  batteries  care  must  be  taken  to  avoid  frequent  or  long- 
continued  connection  of  the  metallic  portions  of  the  electrodes,  since,  on  account  of  the 

feeble  resistance  thus  offered — metals  being  far  better  conductors  than  the  human  body 

powerful  action  takes  place  in  the  cells  (as  is  shown  by  the  active  evolution  of  gases,  at- 
tended with  a boiling  or  hissing  sound),  which,  if  allowed  to  continue,  eats  holes  in  and 
rapidly  consumes  the  zina 
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SO  that  when  introduced  into  a tumor  the  skin  may  not  be  acted  on  and 
inflammation  excited.  Insulation,  however,  is  only  necessary  in  those 
cases  where,  as  in  subcutaneous  naevi,  it  is  desirable  that  the  skin  should 
not  be  affected  by  the  current. 

The  shape  of  the  point  is  of  considerable  importance.  Round  needles 
are  introduced  with  difficulty.  The  bayonet-pointed  needles  are  prefer 
able.  The  common  glover’s  needle,  as  sold  in  the  fancy  stores,  we  have 
found  to  be  easier  of  introduction  than  any  other  form. 

The  conductor  represented  in  the  cut  (Fig.  174)  is  of  practical  value. 

This  consists  of  a conducting  wire,  composed  of  a number  of  small 
wires  twisted,  with  a number  of  branches,  each  one  of  which  is  so  ar- 


ranged  that  it  can  be  attached  to  a needle  after  it  has  been  introduced  into 
the  part  to  be  treated. 

The  advantages  of  this  arrangement  are  that  one  needle  or  m 
be  used,  and  that  the  number  can  at  pleasure  be  increased  or  dimimshe 
during  the  operation,  and  that  the  needles  can  be  intro  uce  in  any 

tlon.  In  the  conductor  tvhich  we  have  constructed,  and  which  is  rep 

seated  in  the  cut  (Fig.  .76),  the  needles  are  united  to  the 
wires  by  being  inserted  in  miniature  cups  or  cavities  at  the  end 

Flexible  Copper  Wire  for  Cotinecting  the  Needles  in  EUctrolyttc  Opera 
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//^„j._These  needles  (Fig.  176)  are  attached  to  connecting  wires  by  fine 
flexible  copper  wire.  Wire  of  this  kind,  it  may  be  remarked,  is  a most 
convenient  and  almost  necessary  adjunct  to  an  electrolytic  case,  and  to  the 
operating-room  of  the  electro-therapeutist.  It  is  useful  for  many  purposes 


Fig.  176.— Needles  for  Electrolysis,  with  Fig.  177.— Long  Cutting  Needles  for 

Rockwell's  Needle-Holders.  Electrolysis  of  the  Base. 


of  connection,  and  when  thumb-screws  are  out  of  order  or  broken  off  it 
very  well  supplies  their  place. 

Dr.  Murray,  of  this  city,  has  employed  needles  insulated  at  both  ends, 
leaving  an  uninsulated  portion  in  the  middle.  He  uses  these  needles  in 
the  treatment  of  hydrocele  and  cystic  tumors.  They  are  introduced  so  that 
the  insulated  portion  is  on  the  skin,  and  the  uninsulated  portion  within 
the  tumor. 

Method  of  Introducing  the  Needles. — The  skin  in  some  parts  of  the  body 
is  quite  tough,  and  needles  go  in  with  much  greater  difficulty  than  one 
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might  suppose.  The  method  of  introducing  a hypodermic  syringe  is  the 
best  method  of  introducing  needles  for  electrolysis.  The  skin  may  be 
pinched  up  and  kept  tense  with  the  left  hand,  while  the  right  pushes  in 
the  needles  the  required  depth.  If  it  is  impossible  or  merely  difficult  to 
push  the  needles  in  as  far  as  is  needed,  it  is  better  to  let  on  the  current, 
and  allow  a little  electrolytic  action  to  take  place  around  the  needle. 
This  will  loosen  it  at  the  negative  pole  (though  at  the  positive  it  will 
have  the  opposite  effect,  and  bind  it  close  and  firm).  The  negative  nee- 
dle thus  loosened  can  easily  be  pushed  farther  in. 

The  pain  attendant  on  the  introduction  of  the  needles  is,  of  course,  best 
combated  by  full  anaesthesia  or  by  ether  spray  or  by  cocaine ; but  there 
are  many  cases  where  anaesthetics  are  hardly  required,  where  ether  spray 
cannot  be  conveniently  used,  and  where  it  is  desirable  to  diminish  in  some 
way  the  pain.  A mixture  of  ether  and  carbolic  acid  in  equal  parts,  first 
suggested  to  us  by  Dr.  Sterling,  has  a positively  benumbing  effect  on  the 
part  to  which  it  is  applied.  The  mixture  can  be  localized  to  a very  small 
spot,  and  the  benumbing  effect  begins  to  be  felt  in  less  than  five  minutes, 
and  lasts  for  fifteen  or  twenty  minutes,  varying  with  the  amount  used.  It 
turns  the  skin  a little  white.  The  disadvantage  in  its  use  is  that  it  some- 
times makes  a slight  sore  afterward. 

d'he  benumbing  influence  of  the  faradic  current  may  be  utilized  for  this 
purpose  (see  Klectro-Ana;sthesia). 

Electrolyzing  the  Base. — We  have  occasionally  treated  malignant  tumors 
of  various  kinds  by  a method  of  electrolysis  which  was  termed  by  Beard 
working  up  the  base,  or  electrolysis  of  the  base. 

The  ordinary  method  of  electrolysis  does  not  suffice  for  malignant  tu- 
• mors.  It  will  relieve  the  pain,  but  relief  of  pain  can  be  obtained  by  sim- 
ple external  galvanization  without  any  needles.  It  will  cause  a certain 
reduction  in  size,  but  this  reduction  is  almost  always  limited,  rarely 
exceeding  ten  or  twenty-five  per  cent.  In  some  cases,  not  the  slightest 
perceptible  reduction  is  caused,  even  by  the  most  persevering  use  of  elec- 
trolysis. When  powerful  currents  are  used,  there  must,  of  course,  result 
more  or  less  destruction  of  tissue  near  the  point  where  the  needles  are  in- 
serted, and  by  successive  oi^erations  the  entire  growth  may  be  broken 
down,  or  may  slough  away  after  the  operations  are  discontinued,  and  it  is 
possible  to  extend  the  operations  far  into  the  base  and  surrounding  tissues. 
Some  of  our  first  cases  were  treated  in  this  way ; but  it  is  to  the  last  degree 
awkward,  tedious,  and  involves  a great  waste  of  time  and  force. 

Method  of  Operatmg  by  Electrolysis  of  the  Base. — The  patient  must  first 
be  fully  etherized.  The  method  of  operating  on  a small  tumor  is  first  to 
insert  the  needle  connected  with  the  positive  pole  underneath  the  tumor 
and  near  the  border.  A similar  needle  connected  with  the  negative  pole 
is  inserted  also  underneath  the  tumor,  and,  if  possible,  at  some  distance 
below  the  base  of  the  growth,  so  that  the  point  emerges  on  the  opposite 
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side.  The  current  is  now  gradually  let  on,  and  the  strength  increased  un- 
til the  electrolysis  becomes  active,  as  will  be  indicated  by  the  yellowish 
foam  that  appears  at  the  negative  pole,  gradually  loosening  the  needle. 
As  the  action  increases,  the  negative  pole  may  be  slowly  worked  from  side 
to  side  with  a slight  cutting  motion,  so  as  to  undermine  the  tumor.  The 
positive  meanwhile  remains  in  situ  ; it  becomes  firmly  adherent  through 
oxidation,  and  need  not  be  removed  until  the  close  of  the  operation. 

After  the  tumor  falls  off,  through  the  undermining  of  its  base,  the  base 
itself  can  be  worked  up  in  all  directions  with  the  needles,  or  with  the  har- 
row electrode  that  we  have  devised  for  this  purpose.  After  the  removal 
of  the  growth,  it  is  well  to  change  the  position  of  the  poles  in  working  up 


Fig.  178. — Electrolysis  of  the  Base  in  a case  of  Scirrhus  of  the  Breast.  Large  and  long 
negative  needle  manipulated  by  the  operator  in  the  healthy  tissue,  some  distance  from  the 
border  of  the  tumor.  Connection  made  by  ordinary  positive  needle  inserted  near  the  basa 
of  the  tumor. 


the  base,  so  that  all  parts  of  the  surface  may  get  the  benefit  of  the  action 
peculiar  to  both  poles. 

If  the  tumor  is  a large  one,  as  an  extensive  epithelioma  or  scirrhus,  it 
is  better  to  have  it  first  removed  by  the  knife.  The  base  can  then  be 
worked  up  in  the  manner  just  described. 

The  cavity  after  the  operation  has  a charred  appearance  and  alarms  the 
patient  and  his  friends  unless  they  are  forewarned. 

The  time  required  for  an  operation  of  this  kind  ranges  between  ten 
minutes  to  a half  or  three-quarters  of  an  hour.  Some  swelling  and  cede- 
ma  in  the  surrounding  tissues  follow  the  operation,  but  little  or  no  pain, 
although  the  charred  appearance  of  the  cavity  that  has  been  thoroughly 
electrolyzed  is  sometimes  quite  formidable. 

Instruments  Required. — For  this  method  of  working  up  the  base  we 
have  devised  needles,  or  electrodes.  Fig.  177,  that  are  quite  different  from 
those  employed  in  the  ordinary  method  of  electrolysis.  The  needles  are 
long,  spear-shaped,  double-edged,  and  tolerably  sharp,  so  that  a slight 
cutting  action  may  be  combined  with  the  purely  electrolytic  action.  These 


542 


ELECTRO-SURGERY. 


needles  are  not  insulated,  except  in  that  portion  that  is  grasped  by  the 
hand  in  operating. 

Iheory  of  the  Method. — Pathologic  investigations  seem  to  point  pretty 
clearly  to  the  view  that  cancer,  whatever  the  diathesis  may  be,  is  in  the 
beginning  a local  disease,  and  affects  the  adjacent  parts  and  the  general 
system  by  actual  transfer  of  the  cancer-cells.* 

If  we  accept  these  views  we  must  also  accept  the  view  that  cancer, 
whatever  constitutional  treatment  we  adopt,  should  be  treated  locally,  and 
by  some  method  of  local  treatment  that  acts  not  only  on  the  body  of  the 
tumor,  but  also  and  especially  on  the  surrounding  tissue,  and  that  the  ear- 
lier such  treatment  is  used  the  better  the  prognosis. 


Fig.  179.— Electrolysis  of  the  Base  of  a Scirrhus  of  the  Breast  after  Removal  of  the  Tumor  by 
the  Knife.  Harrow  electrode  connected  with  the  negative  pole  and  long  cutting  needle 
with  the  positive  pole. 

When  we  remove  the  tumor  and  close  up  the  wound,  we  leave  the  are- 
ola mostly  untouched,  and  shut  up  the  cancer  cells  in  a soil  best  of  all 
adapted  to  nourish  them.  Hence  we  need  not  wonder  that  the  disease  re- 
curs either  immediately  in  or  near  the  place  of  removal,  or  that  the  cells 
wander  to  some  distant  part  where  another  tumor  appears  after  months  or 
years. 

The  morbid  or  semi-morbid  tissues  that  surround  malignant  tumors 
have  been  treated  in  various  ways  by  caustics,  in  substance,  by  caustic 
needles,  and  by  the  actual  and  galvano-cautery.  So  far  as  we  can  learn 
from  the  experience  of  surgeons  who  have  faithfully  tried  any  one  or  all 
of  these  methods,  the  results  are  more  satisfactory  than  the  results  of  or- 
dinary treatment  by  the  knife  or  ligature. 

The  theoretical  arguments  that  electrolysis  of  the  base  would  produce 
more  radical  results  than  the  use  of  caustics  are  based  necessarily  on  our 

*See  “ A Lecture  on  the  Structure  of  Cancerous  Tumors,  and  the  Mode  in  which 
Adjacent  Parts  are  Invaded,”  by  Dr.  Woodward,  Assistant  Surgeon,  U.  S.  A.  The 
Toner  Lectures  of  the  Smithsonian  Institution,  Washington,  November,  1873- 
the  admirable  discussion  on  the  subject  by  Drs.  De  Morgan,  Hutchison,  Paget,  an 
others,  in  The  Lancet  for  March  and  April,  1874. 
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ideas  of  the  nature  of  the  electric  force  and  of  the  process  of  electrolysis. 
When  electrodes  connected  with  the  two  poles  of  a galvanic  battery  are  in- 
serted into  the  animal  tissue,  the  vibrations  of  the  electric  force  not  only 
pass  between  the  electrodes,  but  extend  to  a considerable  distance  in  all 
directions  from  them,  and  much  farther  than  the  direct  effect  of  caustics 
would  reach. 

Advantages  of  the  Method.— Less  liability  to  recurrence  of  malignant 
tumors. 

2.  Less  hemorrhage  than  other  methods  of  operating.  The  reason  for 
this  has  already  been  explained— electrolysis  coagulates  the  blood,  con- 
stricts the  tissues,  and  slightly  cauterizes  them.  Ordinary  parenchyma- 
tous hemorrhage  is  thus  controlled  in  the  most  satisfactory  manner,  so 
that  if  a strong  current  is  used,  neither  sponges  nor  styptics  are  required. 

3.  Less  liability  to  shock.  We  form  this  judgment  from  protracted 
operations  made  on  patients  in  various  stages  of  debility,  and  in  the  ex- 
tremes of  life,  infancy,  and  old  age.  We  have  not  yet  seen  any  effect  at 
all  suggestive  of  shock,  after  very  long  sittings  under  strong  currents,  even 
where  sensitive  localities  were  operated  on.  The  electric  current  would 
indeed  appear  to  be  one  of  the  very  best  antidotes  to  shock,  and  for  a long 
time  it  has  been  known  and  used  as  a means  of  resuscitation. 

4.  It  is  followed  by  a more  satisfactory  healing  than  other  operations. 
This  fact  has  been  observed  markedly  in  several  severe  and  hopeless  cases, 
and  has  attracted  the  attention  of  all  the  surgeons  who  have  seen  the 
cases. 

5.  There  is  reason  for  the  belief  that  the  future  will  show  that  septi- 
caemia and  pyaemia  are  less  likely  to  follow  electrolysis  than  other  surgi- 
cal operations.  It  is  more  than  probable  that  electrolyzation,  like  cauter- 
ization, constringes  the  absorbents  so  that  they  cannot  absorb  pus. 

6.  To  all  these  facts  must  be  added  the  consideration  that  many  pa- 
tients dread  the  knife — without  reason  it  may  be,  and  without  common- 
sense;  but  patients  are  not  expected  to  exercise  reason  or  common-sense 
— and  such  persons  are  willing  to  submit  to  electricity,  however  employed. 

The  advantages  of  working  up  the  base  by  electrolysis,  as  compared 
with  working  up  the  base  by  caustic,  the  actual  cautery,  or  the  galvano- 
cautery,  are  worthy  of  study. 

Disadvantages  of  the  Method. — i.  It  requires  apparatus  more  or  less 
bulky,  and  they  require  more  or  less  experience  in  their  management. 

2.  Electrolytic  operations  frequently  require  more  time  than  opera- 
tions with  the  knife  or  ligature,  and  in  some  cases  the  operation  must  be 
repeated. 

If  electrolysis  produced  shock,  this  element  of  time  might,  perhaps,  be 
a serious  one;  but,  inasmuch  as  it  appears  to  act  as  an  antidote  to  shock, 
and  as  the  stimulus  of  the  current  allows  us  to  prolong  anesthesia  with 
safety,  and  as  in  many  of  the  cases  where  electrolysis  is  used  treatment 
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by  knife  or  ligature  is  contraindicated,  this  objection  need  not  deter  us 
from  resorting  to  it. 

3.  The  irritative  fever  that  follows  powerful  and  prolonged  electrolytic 
operations  is  sometimes  severe.  The  parts  around  the  tumor  operated  on 
become  more  or  less  swollen,  but  are  not  usually  painful,  and  this  swell- 
ing also  soon  subsides. 

It  is  proper  to  state  that  the  ordinary  method  of  electrolysis,  if  thor- 
oughly used  and  repeated  a sufficient  number  of  times,  may  run  into  this 
method  of  working  up  the  base,  and  in  epithelioma,  at  least,  may  accom- 
plish good  results.  The  body  of  the  tumor  may  be  gradually  broken  and 
destroyed ; and  then,  in  successive  operations,  the  needles  may  be  made 
to  work  up  the  base  and  surrounding  tissue.  Groh,*  of  Vienna,  has  used 
this  method  with  success  in  quite  a number  of  cases  of  epithelioma,  as 
well  as  of  sarcomatous  growths.  We  have  used  the  same  method  in  epi- 
thelioma, and  with  success.  The  method  has,  however,  the  sufficiently 
serious  objection  that  it  first  wastes  the  time  and  strength  of  the  patient 
on  unnecessary  treatment  of  the  tumor,  and  is  only  successful  in  propor- 
tion as  it  falls  back  on  the  method  of  working  up  the  base  and  surround- 
ing tissue. 

* “Die  Electrolysis  in  der  Chirurgie,”  Vienna,  1871.  Groh  has  also  treated  sarcoma- 
tous growths  by  very  prolonged  electrolysis  with  mild  currents.  This  method  seems  to 
have  greater  inconveniences,  without  any  compensating  advantages. 


CHAPTER  III. 


GALVANO-CAUTERY. 

Galvano-Cautery. — Galvano-cautery  is  cauterization  by  a resisting  wire 
heated  by  the  galvanic  current.  It  is  very  often  confounded  with  electrol- 
ysis; but  as  we  have  seen,  electrolysis  is  the  decomposition  of  a compound 
substance  by  means  of  electricity.  A slight  cauterizing  action  may  indeed 
accompany  electrolytic  operations,  but  it  is  incidental  merely,  and  is  not  a 
part  of  the  electrolysis,  nor  the  end  desired. 

It  is  a law  of  electricity  that  when  it  passes  through  a resisting  wire  it 
raises  its  temperature  in  proportion  to  the  resistance  of  the  wire  and  the 
quantity  of  the  electricity.  The  wire  thus  heated  is  capable  of  producing 
cauterizing  effects.  Platinum  offers  a greater  resistance  to  the  passage  of 
the  electric  current  than  any  other  metal  except  mercury  and  lead,  and  is 
therefore  used  in  galvano-cautery.  It  will  be  seen  at  once  that  the  elec- 
tricity is  not  applied  to  the  body,  as  in  the  various  forms  of  electrization, 
but  only  the  wire  heated  by  the  passage  of  the  current. 

Advantage  of  Galvano-Cautery  over  the  Actual  Cautery. — The  one  great 
advantage  of  the  galvano-cautery  over  the  actual  cautery  is,  of  course,  the 
fact  that  the  heat  in  the  wire  connected  with  the  battery  can  be  controlled 
at  will.  It  can  be  let  off  and  on,  increased  or  diminished  at  pleasure  and 
instantaneously.  With  the  actual  cautery  such  control  is  manifestly  im- 
possible. 

Heat  is  heat,  however  obtained;  and  the  heat  of  a platinum  wire 
through  which  a current  is  passing  has  probably  no  advantage  as  such  over 
the  heat  of  a poker  that  has  been  thrust  into  the  coals.  The  advantage 
lies  simply  in  the  fact  that  in  the  one  case  the  heat  is  under  the  complete 
control  of  the  operator  during  a long  operation  if  necessary ; in  the  other 
case  it  is  not  under  such  control. 

Apparatus Jor  Galvano- Cautery. — Galvano-cautery  operations  require 
batteries  composed  of  .a  few  large  cells.  Rarely  are  more  than  eight  cells 
used,  and  the  best  batteries  can  be  turned  into  one  or  two  cells.  The  bat- 
teries employed  in  electrolysis  or  in  ordinary  galvanization  are  not  avail- 
able for  galvano-cautery — vice  versa,  galvano-cautery  batteries  are  of  but 
little  use  in  electrolytic  operations  or  in  ordinary  galvanizations.  The 
explanation  is  to  be  found  in  the  chapter  on  Ohm’s  Law. 

The  galvano-cautery  current  is  obtained  directly  from  the  ordinary 
galvano-cautery  batteries  or  from  storage  batteries,  sometimes  called  ac- 
cumulators. Accumulators  possess  advantages  over  galvano-cautery  bat- 
35' 
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teries  from  the  fact  that  they  are  thoroughly  constant  and  do  not  have  to 
be  plunged  into  and  out  of  the  acid.  Furthermore,  an  accumulator  yields 
more  than  twice  as  many  ampere  hours  as  the  ordinary  cautery  battery  of 
the  same  size.  In  the  large  towns  where  the  low-pressure  street  current 
is  available, .the  storage  battery  is  far  preferable;  but  in  the  smaller  towns 
not  possessing  this  advantage,  or  where  the  cautery  is  used  only  occasion- 
ally, the  gal vano-cautery  battery  will  answer  the  better  purpose.  Batteries 


FlO.  i8o.— The  “G.  F.”  Cautery  Uattery  (Van  Houten  & Ten  Broeck). 


for  galvano-cautery  that  do  good  work  are  made  by  almost  every  manufac- 
turer. 

Those  who  make  a large  use  of  galvano-cautery  will  probably  require 
two  kinds  of  batteries— portable  and  .stationary— just  as  they  require  port- 
able and  stationary  faradic  and  galvanic  apparatus. 

An  efficient  cautery  battery  is  represented  in  Fig.  180,  consisting  of  tie 
ordinary  zinc-carbon  elements.  The  current,  which  is  regulated  by  means 
of  a rheostat,  is  sufficient  to  heat  all  ordinary-sized  electrodes  and  loops. 
The  elements  are  readily  raised  and  lowered  by  means  of  the  crank  on 

the  top  in  the  centre.  r 

One  of  the  most  successful  attempts  to  combine  a suitable  degree  ot 

strength  with  compactness  and  lightness  has,  perhaps,  been  ma  e 
battery  represented  by  Fig.  181.  It  is  composed  of  but  two  hard-rub 
cells,  with  elements  of  zinc  and  carbon-each  cell  measuring  3+  mches  . 
length,  inches  in  width,  and  will  retain  a number  19  platinum  wire 
a white  heat  for  more  than  a quarter  of  an  hour.  The  elements  are  ma 
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to  move  on  small  wheels  horizontally,  in  their  relation  to  the  fluid  in  the 
cells.  This  is  a great  improvement  on  the  old  method  of  blowing  with- 
an  air-bulb  for  the  purpose  of  producing  agitation  of  the  fluid,  and  con- 
sequent increase  of  current  strength,  and  seems  to  us  to  more  thoroughly 
displace  the  battery  fluid  than  any  other  method.  For  very  prolonged 
operations  this  little  battery  is  hardly  sufficient,  and  should  be  replaced 
by  the  larger  fonn,  consisting  of  four  cells. 


Fig.  i8i. — Galvano-Cautery  Apparatus  (Kidder). 


Storage  Batteries  or  Accumulators. — Storage  batteries  may  be  charged 
either  from  primary  batteries  or  from  an  incandescent  lamp  circuit. 

The  Vetter  current  adapter  (Fig.  182)  furnishes  a handy  and  clean 
method  by  which  storage  batteries  can  be  easily  and  economically  re- 
charged from  the  incandescent  light  circuit  and  at  very  little  expense. 

The  illustration  shows  the  manner  of  charging  a storage  battery  with 
the  constant  incandescent  currrent  by  means  of  the  Vetter  adapter.  A is 
the  adapter  attached  to  an  ordinary  electric-light  fixture,  with  a 50-candle 
power  lamp  in  the  receptacle  of  the  adapter.  The  charging  posts  of  the 
battery  are  connected  with  binding  posts  i and  2 of  the  adapter  by  means 
of  the  two  conducting  cords. 

The  time  required  to  charge  the  battery  by  this  method  depends  en- 
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tirely  on  the  amount  of  current  left  in  the  battery  and  the  capacity  of  the 
lamp.  A 50-candle  power  lamp  will  charge  at  the  rate  of  i ^ amperes  of 
current  per  hour;  a 1 00-candle  power  lamp  at  3 amperes  per  hour. 

The  principle  of  the  storage  battery  is  seen  in  Fig.  183.  The  plates  are 
of  cast  lead  covered  with  litharge,  and  it  works  on  the  principle  of  polar- 
ization. These  plates  are  immersed  in  a jar  containing  water,  acidulated 
with  about  twenty  per  cent,  of  chemically  pure  sulphuric  acid.  In  order 
to  charge  the  cell,  it  is  necessary  simply  to  connect  the  upright  post  marked 


Fig.  i8a. — Storage  Battery  with  Vetter  Current  Adapter. 


-j-  with  the  positive  pole,  and  the  other  with  the  negative  pole  of  a few 
galvanic  cells  or  with  the  incandescent  light  circuit,  as  illustrated  in  Fig. 
182..  When  connected,  the  water  in  the  jar  is  decomposed,  oxygen  and 
hydrogen  respectively  being  deposited  on  the  different  plates  of  lead.  In 
this  way  a so-called  polarized  current  results,  and  on  connecting  the  con 
ductors  with  the  upright  posts  through  which  the  cell  has  been  charged, 
a current  of  electricity  is  obtained  sufficient  to  heat  platinum  to  incandes- 
cence. 

The  durability  and  efficiency  of  a storage  battery  depend  upon  die 
care  which  it  receives,  and  it  can  only  be  recommended  where  one  is  doing 
constant  work  in  galvano-cautery.  He  who  uses  the  cautery  only  at  inter 
vals  will  do  better  to  depend  upon  the  ordinary  plunge  galvano-cautery 
apparatus. 
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Care  of  Galvano- Cautery  Batteries.— In  order  to  attain  the  maximum 
of  power  from  galvano-cautery  batteries,  and  to  keep  them  in  good  work- 
in?  order,  much  more  care  is  necessary  than  in  the  case  of  ordinary  bat- 

teries  for  galvanization. 

The  reasons  for  this  are  twofold : 

I.  The  chemic  action  is  very  vigorous  because  the  solutions  are  strong 


Fig.  183.— Storage  Battery. 


and  the  circuit  is  metallic  throughout.  In  ordinary  external  galvaniza- 
tion or  in  electrolysis  the  resistance  of  the  body  interposed  in  the  circuit 
is  so  great  that  only  a small  quantity  of  electricity  can  be  evolved  (see 
chapter  on  Ohm’s  Law)  j hence  the  zinc  is  not  so  rapidly  consumed. 

2.  The  galvano-cautery  batteries — especially  the  portable  varieties — 
have  comparatively  little  reserve  power.  If  the  solution  becomes  old  or 
the  plates  become  corroded  badly,  the  heat  generated  may  be  too  feeble  for 
important  operations.  It  is  therefore  necessary  frequently  to  renew  the 
solution  entirely,  and  not  in  part,  as  is  so  often  done  with  ordinary  galvanic 
batteries.  With  the  portable  zinc-carbon  batteries  it  is  a great  advantage 
thoroughly  to  soak  the  carbons  in  tepid  water  after  each  operation. 
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A practical  point  of  much  importance  is  that  when  the  zinc  plates  be- 
come much  worn,  and  the  distance  between  the  carbon  plates  is  corre- 
spondingly increased,  the  internal  resistance  of  the  batteries  is  greater  and 
the  power  is  diminished. 

Accompafiying  Ifistrutnenis. — In  the  operation  of  galvano-cautery  a large 

number  of  burners,  loops,  and  handles  are 
used.  These  are  of  every  variety  and  can  be 
adapted  by  the  operator  to  the  needs  of  any 
special  case. 

Uses  oj  the  Galvano- Cautery. — The  special 
purposes  for  which  galvano-cautery  has  been 
recommended  and  employed  are  the  follow- 
ing 

1.  Removal  of  tumors  of  various  kinds, 
in  parts  that  are  not  readily  accessible  to  the 
ordinary  methods  of  extirpation — pediculated 
tumors  of  the  larynx,  polypi  of  the  larynx, 
naso-pharyngeal  space,  external  auditory  ca- 
nal, vagina,  rectum,  and  uterus.  Malignant 
tumors  in  any  accessible  position  may  be  re- 
moved by  galvano-cautery  in  order  to  avoid 
hemorrhage. 

2.  Amputation  of  diseased  organs  or  parts 
of  organs,  like  the  neck  of  the  uterus,  the 
tongue,  etc.,  as  a palliative. 

3.  Cauterization  of  ulcers. 

4.  Cauterization  of  chronic  inflammations 
of  mucous  membrane,  in  the  urethra,  nasal 
passages,  conjunctiva,  etc. 

5.  Cauterization  of  cancerous  tumors  to 
stop  the  hemorrhage. 

6.  Cauterization  of  the  base  and  tissue 
surrounding  malignant  tumors  that  have  been 
previously  removed  by  the  knife  or  ligature. 

7.  Cauterization  of  erectile  tumors  so  as 
to  cause  coagulation,  absorption,  and  in  some 
cases  sloughing. 

8.  Treatment  of  fistulm,  by  cauterizing  the 
fistula  alone,  or  by  cauterizing  surrounding 
parts,  or  by  cauterizing  both  the  opening  and 
the  parts  surrounding,  or  by  opening  the 
fistula. 

9.  Treatment  of  neuralgia  by  cauterizing  and  killing  the  nerve. 

10.  Treatment  of  prolapsus  uteri  by  cauterizing  with  the  burners  tlie 


Fig.  184.— Galvano-Cautery  Han- 
dle with  Slide  and  Platinum 
Loop  for  the  Bloodless  Excision 
of  Tumors,  etc.  (Kidder). 
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vaginal  walls,  and  thus  causing  inflammation,  suppuration,  and  cicatricial 

Ga/vano-Cauiery.-The  advantages  of  the  galvano- 


Fig.  185.— Heavy  Platinum  Cutters  and  Burners  (Kidder). 


2345® 

Fig.  186.— Various  Forms  of  Cauterizers. 

cautery  over  the  actual  and  potential  cautery  and  the  ordi- 
nary operations  by  cutting  instruments,  are  these : — 

1.  It  can  be  used  on  parts  that  are  not  easily  acces- 
sible to  ordinary  instruments. 

2.  It  saves  all  or  nearly  all  hemorrhage. 

3.  It  combines  the  after-cauterizing  effect  with  the  other 
results  of  the  operation,  as  is  sometimes  desirable. 

4.  It  is  more  sure  in  its  action,  and  can  be  more  accu- 
rately localized,  especially  in  cavities,  than  the  ordinary 
methods  of  cauterization. 

I 5.  It  is  but  little  painful  after  the  operation,  and  is 

rarely  or  never  dangerous. 

6.  It  is  followed,  like  electrolysis,  by  a more  satisfactory  healing  than  by 
the  knife  or  ligature, and  as  after  electrolysis  there  is  less  liability  to  pyaemia. 
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The  one  disadvantage  of  the  galvano-cautery  is  tlie  difficulty  of  man. 
aging  the  necessary  apparatus. 

This  difficulty  is  now  diminishing;  the  advances  that  have  recently 
been  made  in  this  department  will  bring  the  galvano-cautery  within  the 
reach  of  all  who  are  willing  to  devote  the  amount  of  attention  which  a new 
department  must  at  first  demand. 

There  is  reason  to  believe  that  in  the  future,  witli  accessible  and  com- 
pact appliances,  the  use  of  the  galvano-cautery  will  be  greatly  extended. 
No  one  can  expect  to  succeed  with  the  galvano-cautery  who  is  not  to  some 
degree  a master  of  electro-physics. 

Kules  for  the  Use  of  the  Ga/vano-Cautery . — i.  For  all  large  and  impor- 
' tant  operations  fresh  fluid  should  be  used  in  sufficient  quantity,  and  the 
battery  should  be  in  all  respects  clean  and  in  good  order. 

In  the  use  of  the  galvanic  current  for  ordinary  galvanization,  fluid 
needs  entire  renewal  but  rarely,  and  if  an  evaporation  or  waste  reduce  the 
strength,  simply  pouring  new  fluid  into  the  old,  or  pouring  in  water 
alone,  will  answer  to  bring  up  the  battery  power  to  the  necessary  standard. 

2.  before  beginning  the  operation,  the  apparatus  should  be  in  thorough 
preparation.  Our  battery  should  be  tested,  and  the  handles  and  wires  or 
knives  should  be  carefully  overhauled,  so  that  there  maybe  no  chances  of 
bad  connection  or  bad  working  of  the  screws,  wheels,  or  other  appliances. 

3.  In  all  operations  of  importance  it  is  almost  indispensable  to  have 
an  assistant,  whose  exclusive  duty  it  shall  be  to  immerse  and  take  out  the 
elements  as  may  be  required  during  the  various  steps  of  the  operation,  or 
to  increase  or  decrease  the  strength  of  the  current.  The  operator  will  have 
all  he  can  do  to  control  tlie  instruments  in  his  hands. 

4.  The  strength  of  the  current  employed  in  the  operation  should  be 
carefully  adapted  to  the  size  and  length  of  the  wire-loop  or  knife  that  is 
used  in  the  oix'ration.  If  too  great  a quantity  of  electricity  is  used  for  the 
size  and  length  of  the  wire  loop,  the  wire  may  break  before  or  during  the 
ojxration — very  likely  very  near  the  close  of  the  operation,  to  the  annoy- 
ance of  the  operator.  If  too  little  quantity  of  electricity  is  used,  the 
loop  or  knife  will  not  be  sufficiently  heated,  and  will  not  burn  through  the 
tissues,  or  if  the  tissues  are  divided,  hemorrhage  may  occur. 

As  the  loop  grows  smaller  near  the  end  of  an  operation,  the  quantity 
of  electricity  should  be  diminished  by  raising  the  elements  somewhat  in 
the  solution,  so  that  less  surface  may  be  exposed. 

Accurate  judgment  in  this  regard  can  only  come  from  careful  and  re- 
peated preliminary  experimentation,  and  from  entire  familiarity  with  the 
battery  employed. 

5.  In  the  case  of  malignant  growths  of  all  kinds,  the  heated  wire,  loop, 
or  knife  should  go  sufficiently  far  beneath  or  around  the  growth  to  in- 
clude healthy  tissue.  In  amputation  of  the  cervix,  for  example,  the  wire 
should  be  placed  above  the  ulcerated  or  indurated  part  so  as  to  remove 
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the  entire  cervix,  and  very  much  more  if  the  disease  extends  far  into  the 
body  of  the  uterus. 

In  some  cases  this  would  be  impracticable,  and  then  it  is  necessary  to 
abandon  all  hopes  of  radical  or  permanent  relief,  and  content  ourselves 
with  palliation  merely. 

6.  In  cases  where  the  wire-loop  is  used,  the  traction  on  it  by  the  wheel 
or  other  contrivance  should  be  very  gradual,  and  by  intervals,  so  that  the 
surfaces  of  the  parts  exposed  maybe  thoroughly  cauterized.  The  tempta- 
tion is  to  make  the  operation  brilliant  and  brief,  by  rapidly  contracting 
the  loop.  Those  operators  who  yield  to  this  temptation  may  be  annoyed 
by  immediate  or  secondary  hemorrhage. 

7.  When  the  shape  and  position  of  a part  to  be  excised  are  such  that  a 
loop  cannot  be  adjusted,  a groove  should  first  be  burned  around  the  part 
by  the  galvano-cautery  knife  (Byrne). 

8.  The  wire-loop  or  knife  should  be  accurately  adjusted,  and  be  per- 
fectly in  position  before  the  connection  is  made  and  the  current  let  on. 

9.  The  loop  should  not  be  contracted  until  it  has  passed  into  the  sub- 
mucous tissues,  and  when  passing  through  superficial  or  cellular  tissue, 
the  wire  should  not  be  brought  to  a white  heat  (Byrne). 

10.  In  protracted  operations,  where  delay  is  necessary  between  the 
different  stages,  the  elements  should  be  raised  out  of  the  solution  when 
the  current  is  not  needed,  so  as  to  rest  the  battery  and  economize  its  force. 

The  current  necessary  is  inversely  proportional  to  the  size  of  the  wires 
used  and  the  platinum  tips  of  the  electrodes.  Five  amperes  of  current  will 
usually  bring  to  incandescence  the  small  electrodes  used  for  nose,  throat, 
ear,  and  eye  work,  but  for  large  eautery  knives  and  heavy  wire  thirty  to 
forty  amperes  may  be  required. 

Adaptation  of  Galvano-Cautery  to  Various  Departments. — In  the  adapta- 
tion of  galvano-cautery  to  any  of  the  special  departments,  one  needs  to  be 
guided  by  the  general  principles  already  laid  down.  The  efficient  contri- 
vances and  modifications  of  apparatus,  and  of  modes  of  operating,  will  de- 
pend on  the  skill  and  experience  of  the  surgeon. 

Dr.  Thomas  Bryant,  of  London,  has  published  the  results  of  a large 
variety  of  experiments  with  this  form  of  “ bloodless  surgery.” 

The  cases  of  amputation  of  the  cervix  uteri  with  the  galvano-cautery 
that  have  been  attempted  by  the  surgeons  of  the  Woman’s  Hospital,  wdth 
our  assistance,  have  proved  entirely  satisfactory.  In  these  cases,  if  the 
platinum  wire  be  of  sufficient  size,  and  the  cutting  be  done  slowly,  not  a 
drop  of  blood  need  be  lost. 

The  galvano-cautery  has  been  used  by  ophthalmologists  for  the  cauter- 
ization of  granular  lids,  and  inflammations  and  abscesss  of  the  lachrymal 
ducts.  By  aurists  it  has  been  used  for  the  removal  of  polypi  and  other 
tumors  from  the  external  auditory  canal.  By  laryngologists  it  has  been 
used  for  the  removal  of  nasal  and  naso-pharyngeal  polypi,  for  the  canter- 
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ization  of  granular  inflammations,  for  the  cauterization  and  removal  of 
various  laryngeal  growths,  and  for  tracheotomy. 

In  the  rectum  the  galvano-cautery  has  been  utilized  for  operation  on 
fistulae  and  for  the  removal  of  piles.  By  general  surgeons  it  has  been 
used  for  amputation,  and  for  the  treatment  of  epithelioma  and  other  ma- 
lignant growths. 


CHAPTER  IV. 

BENIGN  AND  MALIGNANT  TUMORS. 

The  success  of  the  electrolytic  procedure  in  benign  and  malignant  tu- 
mors depends  on  the  method  used.  One  may  fail  by  one  process  and  suc- 
ceed by  another,  just  as  in  any  other  surgical  operation.  The  tendency 
has  been  to  be  satisfied  with  the  mere  employment  of  galvano-puncture, 
without  regard  to  the  method,  and  to  accept  the  results,  whether  favorable 
or  unfavorable,  as  serving  to  settle  the  question  of  the  value  or  useless- 
ness of  electricity  in  surgery. 

In  electrolysis  everything  depends  on  the  method ; and  with  the  same 
method,  skill,  care,  and  thoroughness  may  succeed,  when  awkwardness, 
carelessness,  and  inattention  fail  utterly.  The  failure  of  electrolysis  in 
any  form  of  tumor — benign  or  malignant — is  not  to  be  counted  a reproach 
until  we  know  the  actual  method  used  and  the  character  of  the  operator. 

The  errors  that  have  been  and  are  continually  made  in  electrolytic 
operations  begin  and  end,  as  we  have  seen,  in  ignorance  or  forgetfulness 
of  the  laws  and  facts  of  electro-physics  and  electro-physiology,  and  espe- 
cially of  the  former.  No  one  can  be  a scientific  and  successful  electro- 
surgeon without  also  being  more  or  less  of  an  electro-physicist. 


N^VI ERECTILE  TUMORS ANGIOMATA WINE  MARKS. 

Naevi  (erectile  or  vascular  tumors)  are  both  cutaneous  and  subcutane- 
ous. The  terms  cutaneous  and  subcutaneous,  however,  simply  indicate  a 
difference  in  seat,  but  not  in  kind.  The  two  forms  are  often  associated, 
and  the  wide-spread  dilatation  of  cutaneous  vessels,  attended  with  little 
swelling,  that  are  commonly  called  “ mother  spots,”  are  evidently  similar 
in  character  to  the  subcutaneous  variety  to  which  Bell  gave  the  name  of 
aneurism  by  anastomosis.  Erectile  tumors  may  be  either  venous  or  arte- 
rial. 

This  variety  of  tumors  may  be  treated  by  the  ordinary  method  of  elec- 
trolysis, with  a good  probability  of  success,  provided  the  conditions  of 
success  are  skilfully  observed. 

It  is  first  of  all  necessary  to  understand  that  to  cure  all  forms  of  erec- 
tile tumors  electrolytically  without  leaving  any  scar  or  trace  is  simply  im- 
possible. In  many  cases,  and  notably  in  those  of  larger  size,  and  which 
are  partly  cutaneous  and  partly  subcutaneous,  sooner  or  later  destruction 
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of  tissue  is  requisite  to  bring  about  a cure;  and  destruction  of  tissue  after 
electrolysis,  like  destruction  of  tissue  after  the  use  of  other  agents,  is  fol- 
lowed by  cicatrization. 

When  the  naevus  is  small  and  superficial,  then  a mild  electrolytic  oper- 
ation may  be  followed  by  a shrinking  of  the  tumor,  and  a rapid  and  per- 
manent absorption  of  the  debris  without  any  scar;  but  such  cases  can 
hardly  be  said  to  constitute  the  majority.  The  scars  following  the  elec- 
trolytic treatment  of  nasvi  may,  however,  rapidly  disappear;  at  least  the 
little  patient  may  in  time  entirely  outgrow  them. 

It  is  necessary  to  be  understood,  in  the  second  place,  that  the  electro- 
lytic operations  for  naevi,  as  for  other  kinds  of  morbid  growths,  are  usu- 
ally sufficiently  painful  to  require  some  form  of  local  or  general  anaesthe- 
sia. It  is  almost  absolutely  safe  to  give  ether  to  young  children;  and 
the  operation,  even  though  it  be  but  very  short  and  but  little  painful,  can 
be  conducted  far  more  successfully  when  the  child  is  anaesthetized  than 
when  it  is  not.  With  adults,  and  sometimes  with  children,  local  anaes- 
thesia by  ether  spray  is  sufficient;  but  it  is  generally  inferior  to  general 
anaesthesia.  The  struggles  of  the  child  to  get  free,  its  terror  at  the  sight 
of  the  instruments,  can  all  be  saved  by  a carefully  administered  anaes- 
thetic. 'I'he  details  of  the  operation  differ  with  the  site  and  character  of 
the  tumor.  Success  has  followed  the  use  of  both  poles  in  the  tumor,  or 
only  one,  while  the  connection  is  made  by  a sponge-electrode  on  some  in- 
different point.  If  the  tumor  be  small,  and  but  one  pole  is  used,  it  is  bet- 
ter that  it  should  be  the  positive,  since  the  clot  formed  at  the  positive  pole, 
though  small,  is  hard  and  firm.  If  the  tumor  be  large,  needles  connected 
with  both  poles  may  be  used.  Whether  one  or  more  needles  are  to  be  used 
dejjends  on  the  size  of  the  tumor,  but  generally  one  needle  connected  with 
each  pole  is  sufficient.  If  many  needles  are  used,  it  is  difficult  to  manage 
them;  and  some  may  fall  out,  and  thus  disturb  the  operation.  It  is  bet- 
ter, as  a rule,  to  take  out  the  needle  at  different  stages,  and  insert  it  in  va- 
rious parts,  until  the  entire  growth  is  acted  upon.  We  have  sometimes 
found  it  of  advantage  to  reverse  the  current  during  the  operation,  so  that 
all  portions  of  the  tumor  may  be  acted  on  by  both  poles.  Insulation  of 
the  needles  is  only  required  in  the  case  of  entirely  subcutaneous  tumors 
where,  as  in  the  case  of  aneurism,  it  is  desired  to  produce  a coagulum 
(which  may  be  slowly  absorbed)  without  injury  to  the  skin. 

The  length  of  the  operation  may  range  between  five  and  twenty-five 
minutes,  according  to  the  strength  of  current  used,  the  size  of  the  needles, 
and  the  size  of  the  tumor. 

The  great  point  in  all  electrolytic  operations  for  naevi  is  to  do  just 
enough  without  doing  too  much.  If  the  operation  be  not  reasonably  thor- 
ough, absorption  will  not  take  place,  or  the  tumor  may  recur.  If  the  oper- 
ation be  too  extensive  or  prolonged,  the  destruction  of  tissue  may  be 
greater  than  is  needed,  and  the  subsequent  cicatrization  may  amount  to  a 
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least  a temporary  deformity.  For  very  large  and  semi-cutaneous  or  semi- 
subcutaneous  nmvi,  that  exhibit  a tendency  to  spread  in  all  directions,  it 
is  necessary  to  place  the  needles  at  or  near  the  base  of  the  tumor,  and  lu 
the  surrounding  tissue,  among  the  enlarging  and  tortuous  vessels,  in  a 
manner  somewhat  resembling  the  method  of  electrolyzing  the  base  of  ma- 
lignant tumors.  If  such  tumors  are  treated  timidly,  no  good  result  will 
come,  and  the  operation  may  be  several  times  repeated  without  satisfac- 
tion. It  is  rarely  necessary  to  use  more  than  50  milliamperes  in  these 

cases. 

The  advantages  of  the  electrolytic  procedure  in  naevi  are  these: 

1.  In  small  and  superficial  tumors,  the  cure  may  be  effected  with  little 
or  no  scar.  On  the  face  and  other  exposed  parts  of  the  body,  this  advan- 
tage is  very  great. 

2.  In  large  naevi,  and  those  which  are  partially  or  entirely  subcutane- 
ous, the  liability  of  recurrence  would  be  less,  and  probably  the  extent  of 
the ’cicatrization  would  be  less  than  after  the  ordinary  method  of  treating 
these  growths. 

In  these  cases  of  subcutaneous  erectile  tumors,  electrolysis  is  almost  if 
not  quite  a specific,  if  used  with  care  and  judgment.  It  may,  on  the  other 
hand,  not  only  entirely  fail  but  be  followed  by  unpleasant  results  as  ul- 
ceration, if  used  improperly  or  if  the  child  is  suffering  from  impaired  nu- 
trition and  a low  order  of  vitality. 

Among  the  large  number  of  erectile  tumors  that  we  have  treated  in  this 
w'ay  the  results  have  been  almost  uniformly  successful.  In  two  or  three 
cases  that  might  be  given  more  or  less  sloughing  has  occurred,  due  to 
strong  currents  and  the  bad  condition  of  the  patients ; but  these  results 
should  be  avoided  by  increased  care  in  the  operation  and  refusal  to  oper- 
ate in  low  conditions  of  system.  By  a somewhat  rare  coincidence,  we 
have  treated  within  a comparatively  short  time  four  widespread  naevi  in- 
volving the  nose. 

The  first  case  submitted  to  two  operations.  The  first  successfully  ob- 
literated the  dilated  vessels  of  one-half  the  nose;  but  circulation  becom- 
ing re-established  in  the  other  half,  a second  operation,  performed  after 
an  interval  of  several  months,  resulted  in  complete  recovery.  The  sec- 
ond case  was  apparently  successful ; but  as  it  passed  from  under  our  observ- 
ation, we  are  uninformed  of  the  ultimate  result.  The  remaining  cases 
recovered  promptly  after  a single  operation,  and  with  hardly  an  appreci- 
able scar. 

Wine  Marks.- — The  treatment  of  wine  marks  by  electrolysis  is  often 
successfully  attempted,  and  yet  it  is  a very  tedious  procedure,  especially 
where  the  area  covered  is  large.  It  should  be  understood  also  that  the 
most  careful  treatment  will  never  succeed  in  removing  one  of  these  super- 
ficial birth-marks  without  more  or  less  scarring.  The  numerous  cicatricial 
contractions  necessary  to  obliterate  the  dilated  and  anastomosed  vessels 
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are,  however,  far  less  objectionable  than  the  unsightly  red  mark  they  dis- 
iplace. 

The  results  of  electrolysis  are  certainly  superior  to  those  of  linear 
scarification  or  the  so-called  tattooing.  In  the  operation  for  the  removal 
of  wine  marks  less  time  is  consumed  in  the  work  if  a number  of  needles 
are  used  simultaneously,  and  for  this  purpose  the  electrode,  Fig.  187,  is 


Fig.  187.— Electrode  for  the  Treatment  of  Superficial  Nsevi. 


an  excellent  device.  A dozen  or  more  needles  are  fitted  into  a brass  disk, 
the  points  all  being  on  the  same  plane.  With  firm  and  careful  pressure 
the  sharp  points  are  pressed  into  the  disfigured  portion  to  a depth  just  suffi- 
cient to  enable  the  chemic  action  of  the  current  to  reach  and  destroy  the 
capillary  network  upon  which  the  disfigurement  depends.  In  some  cases 


Before  Treatment. 


After  Treatment. 


Figs.  188  and  189.— Angioma  of  Scalp  (Bergonid). 


the  color  returns  after  a time,  which  indicates  that  some  larger  vessels 
that  supply  the  superficial  network  have  not  been  reached.  By  introduc- 
ing a single  needle  to  a greater  depth  it  is  possible  to  reach  these  larger 
vessels  and  thus  cut  off  the  supply. 

Two  very  interesting  cases  of  angiomata  of  the  scalp  and  lip  are  re- 
ported by  Bergonid,*  of  Bordeaux,  complete  cures  being  obtained  by  mono- 
and  bipolar  electrolysis.  In  the  first  case  the  positive  needle  (platinum) 
was  plunged  into  the  tumor  and  a current  strength  of  from  20  to  61  inilH- 
amperes  passed  through.  Cure  was  complete  and  without  pain  (bigs. 
188  and  189). 

* Archives  d’Electricite  me'clicale,  Bordeaux,  January  15th,  hebruary  15th,  iSi  j. 
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G.  H.  Fox,*  of  New  York,  reports  a remarkable  case  somewhat  similar, 
in  which  the  results  of  treatment  were  entirely  satisfactory. 

Goitres. Goitres  are  to  be  treated  by  ordinary  electrolysis  with  sharp, 

bayonet-shaped  needles,  which  may  be  either  insulated  or  non-insulated. 
Needles  that  are  smoothly  insulated  can  be  inserted  through  the  skin  of 
the  neck  without  very  much  more  difficulty  than  non-insulated  needles; 
but  if  the  insulation  be  roughly  put  in,  the  difficulty  in  insertion  may  be 
very  great.  An  advantage  of  non-insulated  needles  is  that  by  the  action 
which  takes  place  in  the  skin  around  it,  the  needle  becomes  loosened  at 
the  negative  pole,  and  so  can  be  pushed  in  still  farther  without  difficulty. 
For  goitres  of  all  kinds  the  negative  pole  is  much  preferable  to  the  posi- 
tive pole,  just  as  in  cystic  and  fibroid  tumors.  There  is  no  danger  in  in- 
serting a needle  even  into  a small  goitre  to  a considerable  depth,  say,  one 
or  two  inches.  By  great  carelessness,  it  would,  we  suppose,  be  possible  to 
wound  the  carotid  artery.  We  do  not  usually  employ  an  ancesthetic  in  the 
operations  on  the  neck;  we  find  that  the  ether  spray,  or  local  application 
of  a mixture  of  carbolic  acid  and  ether,  equal  parts,  prevents  to  a consid- 
erable extent  the  fear  of  the  introduction,  which  the  patient  much  dreads, 
and  which  is  really  more  severe  than  the  pain  of  the  electrolysis  after  the 
needles  are  in  position. 

In  a few  cases  we  have  observed  that  the  needles,  when  inserted  in  a 
goitre,  cause,  by  reflex  action,  pain  in  the  forehead;  in  other  cases  nausea 
and  a tendency  to  faintness  are  observed.  The  majority  of  patients  do  not 
bear  an  operation  of  more  than  from  five  to  fifteen  minutes,  which  may  be 
repeated  two  or  three  times  a week. 

This  purely  electrolytic  treatment  may  be  varied  by  external  galvan- 
ization. 

There  is  no  question  that  external  galvanization  with  strong  currents 
will  cause  a considerable  reduction  of,  and  sometimes  completely  dissi- 
pate, goitres;  and  even  when  this  method  does  not  cause  any  perceptible 
diminution,  it  at  least  relieves  the  sense  of  pressure,  the  heaviness,  and 
the  sense  of  suffocation  or  of  choking  that  goitres  often  cause.  External 
electrization  alone  is  not  as  satisfactory  as  electrolysis  with  needles. 

The  prognosis  of  goitre,  under  electric  processes,  varies  with  the  na- 
ture of  the  tumor.  Those  which  are  small  and  soft  may  disappear  entirely 
and  permanently.  Those  that  are  large,  provided  they  are  not  too  hard, 
may  also  entirely  disappear.  The  cystic  varieties  also  give  a good  prog- 
nosis. Those  that  are  both  very  large  and  very  hard  may  diminish  a cer- 
tain percentage,  but  they  do  not  entirely  disappear.  The  best  method  of 
estimating  the  results  of  treatment  is  to  take  measurement  of  the  neck. 
Almost  all  goitres  will  go  down  more  or  less,  and  usually  at  the  outset  of 
the  treatment.  Afterwards  they  recede  more  and  more  slowly;  and,  even 
in  those  cases  where  the  ure  is  complete,  the  last  quarter  will  require 
* “ Diseases  of  the  Skin,”  vol.  iv.,  section  A. 
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more  treatment  than  the  first  three-quarters.  This  is  true  of  all  hard 
growths  that  are  treated  by  electricity. 

Massey  * reports  the  cure  of  a cystic  goitre  of  large  size — 35  to  40 
milliamperes  at  first;  later,  free  incision,  with  application  of  positive  gold- 
bulb  electrode  to  inner  wall  of  tumor,  50  to  100  milliamperes.  Green  * 
reports  favorable  results  in  fifty  per  cent,  of  his  cases. 

The  use  of  iodine  by  cataphoresis  may  be  attempted.  McGuire  f and 
others  report  successful  results  by  this  method. 

Cystic  Tumors. — Benign  cystic  tumors  may  be  successfully  treated  by 
the  ordinary  method  of  electrolysis.  We  have  treated  many  cases,  small 
and  large,  and  with  excellent  results.  The  object  of  tire  electrolytic  pro- 
cedure in  benign  cystics  is,  of  course,  ver}^  different  from  the  object  of  the 


Pig,  tqo. — Benign  Cystic  or  Erectile  Tumor,  treated  by  ordinary  electrolysis  by  insulated 

needles. 

same  procedure  in  naevi.  The  therapeutic  action  of  the  current  on  cystics 
is  somewhat  complex. 

rst.  The  fluid  is  decomposed.  The  gaseous  products  of  this  decompo- 
sition sometimes  escape  through  holes  made  by  the  needles. 

2d.  The  walls  of  the  cyst  are  stimulated  so  that  the  fluid  is  absorbed, 
and  thus  the  tumor  is  caused  to  shrink.  This  is,  in  fact,  the  rationale  of 
electrolysis  in  hydrocele. 

3d.  Decomposition  of  the  walls  of  the  cysts. 

4th.  Evacuation  of  the  fluid  contents  of  the  cyst  without  decomposi- 
tion. This  result  may  follow  puncture  of  any  kind,  even  when  no  elec- 
tricity is  used.  It  is  more  likely  to  follow  electrolysis  with  the  negative 
needle,  for  the  reason  that  the  needle,  when  not  insulated,  acts  on  the 
walls  of  the  cyst,  and  enlarges  the  opening  made  by  the  needle. 

In  operating  on  cystic  tumors  by  electrolysis,  the  best  procedure  is  to 
insert  a needle,  connected  with  both  poles.  The  positive  needle  m^y  be 
kept  fixed,  while  the  negative  is  worked  in  various  directions,  so  as  to  act 

* Times  and  Register,  February  24th,  1894. 
f Virginia  Medical  Monthly,  August,  1892. 
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upon  all  the  inner  surface  of  the  cyst,  and  also  to  enlarge  somewhat  the 
hole  made  by  the  needle  in  the  walls  of  the  tumor,  so  as  to  allow  free  exit 
of  the  fluid  or  gases. 

Large,  long,  cutting  needles  are  usually  preferable  when  the  tumor  is 
large;  but  for  small  tumors  almost  any  kind  of  needle  will  answer. 

Hydatids  of  the  Although  Durham  and  Forster  * reported  many 

years  ago  eight  cases  of  hydatid  tumors  of  the  liver  that  were  treated  with 
success  by  electrolysis  at  Guy’s  Hospital,  very  little  success,  if  any,  has 
been  reported  since. 

J^ibroids. — Fibroids  are  usually  hard,  and  therefore  slow  to  decompose 
under  electricity.  This  is  true  of  all  fibroids,  wherever  situated — in  the 
neck  or  any  portion  of  the  periphery,  or  in  the  uterus.  Inasmuch  as  they 
are  not  usually  malignant,  the  method  of  electrolyzing  the  base,  hereafter 
to  be  described,  are  not  needed.  They  are  to  be  treated  by  ordinary  elec- 
trolysis, needles  connected  with  both  poles  being  inserted  in  the  tumor. 
The  needles  may  be  insulated  or  non-insulated,  according  to  the  situation 
of  the  tumor. 

The  behavior  of  fibroids  after  electrolysis  is  not  generally  satisfactory; 
the  amount  of  decomposition,  on  account  of  the  density  and  comparative 
drjmess  of  the  tissue,  is  but  slight;  and  the  subsequent  shrinkage  and 
atrophy  are  not  so  marked  as  in  goitres  or  cystic  growths. 

If  a current  of  sufficient  strength  be  used,  the  patient  being  anesthe- 
tized, a suppuration  may  be  excited,  and,  as  a result  of  the  destruction  and 
loss  of  tissue,  the  tumor  may  become  somewhat  smaller. 

Fibroids  of  the  uterus  are  of  sufficient  importance  to  be  specially  con- 
sidered. They  may  be  treated  electrolytically  either  through  the  vagina 
or  through  the  abdominal  walls,  according  to  the  position. 

The  danger  of  creating  peritonitis  by  thrusting  needles  through  the 
abdominal  walls  is  but  slight;  and  if  the  needles  are  well  insulated  by 
rubber,  there  is  really  no  danger.  The  insulated  part  should,  of  course, 
go  beyond  the  peritoneum. 

Kimball,  Cutter,  Freeman,  Martin,  Massey,  Gunning,  and  others  since, 
have  reported  excellent  results  from  treating  fibroids  in  this  way.  Further 
observations  in  this  direction  will  be  found  in  the  chapter  devoted  to  Dis- 
eases of  Women.  While  it  is  rare  to  see  a large  and  hard  fibroid  tumor 
entirely  disappear  under  electrolysis,  it  yet  greatly  decreases  in  size, 
affording  very  often  complete  relief  from  the  various  menstrual  derange- 
ments, and  other  symptoms  that  accompany  it. 

Lipomata  {Fatty  Tumors'). — Ordinary  surgical  treatment  with  the  knife 
is  so  successful  for  fatty  tumors  that  electrolysis  would  hardly  be  indi- 
cated, even  if  it  could  accomplish  as  much  and  as  easily  as  the  knife. 
Fatty  tumors  are,  of  course,  benign,  and  when  operated  on  do  not  recur. 
Fat  decomposes  slowly  and  with  difficulty,  and  from  our  first  experiments 
* Althaus  : Op.  cit.,  p.  645.  See  also  Med.  Times  and  Gaz.,  November  19th,  1870 
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on  a number  of  fatty  growths,  we  were  led  to  believe  that  secondary  ab- 
sorptive effects  would  not,  as  a rule,  follow  electrolysis.  Our  later  expe- 
rience, however,  in  this  direction,  has  been  more  satisfactory.  By  using 
an  increased  number  of  needles,  more  powerful  currents,  and  by  prolong- 
ing the  operations,  several  of  these  tumors  have  been  completely  dissi- 
pated. In  every  case  the  operations  were  rendered  entirely  painless  by 
the  use  of  the  ether  spray. 

Polypi. — Naso-pharyngeal  polypi  have  been  treated  by  a series  of  elec- 
trolytic operations  wdth  success.  Von  Bruns  records  a notable  case  of 
this  kind.  As  a rule,  however,  it  would  be  difficult  to  cure  entirely  a 
naso-pharyngeal  polypus  by  electrolysis,  and  the  treatment  would  be  very 


Pig.  191. — Removal  of  Epithelioma  of  Face  by  Electrolysis  of  Base.  Both  negative  and 
positive  neeffies  inserted  in  the  healthy  tissue  beneath  the  tumor. 


annoying.  Polypi  in  accessible  localities  are  best  treated  by  the  galvano- 
cautery  wire- loop. 

Epithelioma^  Scirrhus,  and  Other  Malignant  Growths.  — Malignant 
growths  may  be  defined  clinically  as  those  growths  which  are  liable  to  re- 
cur after  removal. 

Under  this  head  may  be  classed  epithelioma,  recurring  cysts  and 
fibroids,  encephaloids,  scirrhus,  and  so  forth.  If  tumors  of  this  kind  are 
to  be  treated  at  all  by  electricity  in  the  hope  of  permanent  relief,  it  should 
be  by  the  method  of  electrolysis  of  the  base  as  already  described,  provided, 
of  course,  the  tumors  are  sufficiently  accessible. 

Pain  may,  however,  be  relieved,  and  in  some  cases  a reduction  in  size 
may  be  gained  by  the  ordinary  method  of  electrolysis,  or  by  simple  exter 
nal  galvanization  or  faradization ; and  by  these  methods  also  the  tumor 
may  be  arrested  in  its  progress  perhaps  for  a long  time. 

Of  the  different  forms  of  malignant  growths,  the  best  prognosis  for 
a permanent  cure,  or  for  a long  deliverance,  is  in  recurring  cysts  anc 
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fibroids;  next  would  come  epitlieliomata,  of  which  we  have  successfully 
treated  a number  of  cases;  and  last  of  all  scirrhus. 

Cancers  of  the  neck  of  the  uterus  have  been  removed  by  galvano-cau- 
ter)',  but  not,  so  far  as  we  know,  by  electrolysis  of  the  base. 

In  one  case  especially  (an  epithelial  cancer  of  the  rectum  and  vagina, 
Figs.  192  and  193)  was  illustrated  most  vividly  at  once  the  value  and  lim- 
itations of  electrolysis  in  malignant  tumors : 

I.  Its  power  to  control  hemorrhage.  The  growth  was  so  vascular  that 


Fig.  193. — Appearance  of  Granulating  Base  after  Removal  of  a Portion  of  the  Epithelioma 

of  Vagina  and  Vulva  by  Electrolysis. 


it  bled  quite  profusely  on  the  slightest  touch,  and  yet  under  the  various 
and  protracted  electrolytic  treatments  to  which  it  was  subjected  the  amount 
of  blood  lost  was  but  a trifle. 

2.  The  fact  that  the  electrolytic  treatment  does  not  cause  shock  to  the 
extent  that  similar  destruction  of  tissue  by  other  methods  would  be  likely 
to  do.  Twice,  when  chloroform  was  employed  as  an  anaesthetic,  the  pulse 
acted  badly  and  compelled  us  to  suspend  the  operation  sooner  than  we  de- 
sired; but  under  etherization  the  needles  were  used  for  half  an  hour  and 
longer  without  causing  any  shock.  The  stimulus  of  the  current,  with  the 
occasional  interruptions  that  are  required,  seemed,  by  reflex  influence  on 
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the  central  nervous  system,  to  act  as  an  antidote  to  shock,  as  it  has  ap- 
peared to  do  in  other  cases. 

3.  Better  healing,  and  later  reappearance  of  the  growth  than  after  the 
operation  by  ligature  and  caustics.  When  removed  by  ligature  this  growth 
sprang  up  with  great  rapidity — in  the  course  of  a few  days ; even  before 
the  eyes,  as  it  were,  it  seemed  to  enlarge,  and  to  develop  an  offensive  dis- 
charge; and  the  base  never  began  to  heal,  even  on  the  edges.  After  thor- 
ough electrolysis  of  the  base,  this  growth  not  only  did  not  show  signs  of 
recurrence  for  several  weeks,  but  an  external  ulcer  of  large  size  entirely 
healed.  With  the  internal  ulcer  on  the  feebly  organized  mucous  tissues 
of  the  vagina  we  were  not  so  successful. 

4.  The  severe  irritative  fever  that  sometimes  follows  electrolysis. 
After  all  the  oi^erations,  the  patient  Avas  confined  to  her  bed  for  several 
days,  and  was  more  or  less  distressed  by  inflammation  and  swelling,  not 
only  on  the  edges  of  the  ulcer,  but  at  some  distance  down  the  nates  and 
through  the  labia.  The  swelling  of  the  labia  was  so  great  that  difficulty 
and  pain  were  experienced  in  passing  water.  It  should  be  noted,  however, 
that  after  the  operations  with  the  galvano-cautery  and  the  actual  cautery, 
the  irritative  fever  and  surrounding  inflammation  were  much  more  decided 
and  distressing,  and  for  that  reason  we  returned  to  electrolysis. 

5.  The  utter  inability  of  even  the  most  thorough  and  repeated  electro- 
lyzations of  the  base  to  permanently  eradicate  the  growth  in  those  parts 
where  it  was  connected  with  the  mucous  membrane.  Although  the  base 
w'as  thoroughly  w'orked  up  by  inserting  the  needles  into  the  healthy  tissue 
surrounding  it  so  as  to  completely  cut  off  all  communication  between  the 
natural  and  morbid  parts,  yet  the  disease  extended  from  the  vagina  until 
quite  distant  parts  were  attacked  and  became  saturated  with  cancerous  de- 
generation. The  external  portion  of  the  growth  connected  with  the  peri- 
neum and  nates  Avas  apparently  eradicated  as  thoroughly  and  as  successfully 
as  the  cases  of  epithelioma  of  the  lip  previously  reported,  and  the  subsequent 
reappearance  of  the  growth  was  due  to  the  extension  of  the  disease  from 
the  vagina,  which  part  could  not  be  thoroughly  affected  by  electrolysis. 

6.  The  comparative  value  of  electrolysis  and  galvano-cautery.  The 
healing  after  electrolysis  was  incomparably  more  satisfactory  than  after  the 
ligation;  but  in  the  course  of  months  the  growth  returned,  apparently  by 
extension  from  the  vagina.  The  irritative  fever  that  followed  the  electro 
lytic  operations  was  not  observed  to  any  marked  degree  after  the  use  of 
the  galvano-cautery,  and  more  time  elapsed  before  recurrence. 

Take  the  case  all  in  all,  its  long  standing  and  wide  extent,  its  exces- 
sively rapid  growth  and  still  more  rapid  reappearance  after  operation  by 
ligature,  the  frequent  repetition  of  long  electrolyzations,  and  the  tempo 
rary  benefit  resulting  therefrom,  and  the  opportunity  it  afforded  for  com 
paring  the  advantages  of  electrolysis  and  galvano-cautery,  it  may  proba 
bly  be  regarded  as  without  a precedent  in  electro-surgery. 
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Draispul,*  of  St.  Petersburg,  reports  a remarkable  cure  of  epithelioma 
of  the  tongue.  The  patient  was  a young  man,  on  whose  tongue  an  ulcer 
appeared  and  gradually  increased  in  size.  In  January,  1892,  he  came  un- 
der Draispul’s  care,  the  ulcer  then  being  2.5  centimetres  in  length  and  i 
centimetre  in  breadth,  with  involvement  of  cervical  glands.  A steel  nee- 
dle was  connected  with  the  negative  pole  for  ten  minutes,  and  12  milliam- 
peres  were  used.  Destruction  was  caused  in  six  sittings.  In  three  months 
the  tongue  had  entirely  healed,  with  a thin  cicatrix,  and  the  glands  had 
disappeared.  Microscopic  examination  showed  the  growth  to  be  an  epi- 
thelioma, and  eleven  months  after  operation  there  was  no  recurrence. 

Two  General  Varieties  of  Cancer  of  Breast. — In  their  relations  to  elec- 


FiG.  194.— Scirrhus  of  the  Breast  Treated  by  Ordinary  Electrolysis.  Three  needles  con- 
nected  with  negative  pole  in  body  of  tumor  j connection  made  by  a sponge,  the  positive 
pole  at  the  indifferent  point  on  the  lupus. 


tro-therapeutics  there  would  appear  to  be  two  general  varieties  of  tumors 
of  the  breast:  one  variety  in  which  all  or  nearly  all  the  mamma  is  in- 
volved, and  which  is  very  hard,  firm,  and  unyielding,  the  skin  being  tense, 
glossy,  and  indicating  inflammation  and  induration.  The  variety  is  more 
obstinate  and  unyielding;  the  pain  may  be  relieved,  but  the  tumors  do  not 
grow  smaller  under  the  action  of  the  current;  they  can  be  diminished  in 
size  or  removed  only  by  actual  destruction  of  the  tissue. 

In  the  other  variety  the  tumor  involves  but  a limited  portion  of  the 
breast;  the  skin  is  not  tense,  but  is  soft  and  yielding,  and  of  the  natural 
color;  the  growth  is  felt  as  a nodule  beneath  the  skin,  and  the  pain  is  not 
usually  so  severe  as  in  the  other  variety,  and  the  growth  is  much  slower. 
This  variety  is  the  one  that  is  most  disposed  to  yield  to  electric  treatment. 
Not  only  is  the  pain  relieved,  but  the  tumors  grow  softer  and  smaller.  In 
other  cases  their  advance  is  arrested  by  the  treatment,  so  that  they  remain 
stationary  for  months  or  years. 

Whether  what  we  call,  for  convenience’  sake,  and  for  clinical  reasons, 


* Journal  of  Laryngology,  London,  February,  1894. 
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only  two  varieties,  are  really  but  different  stages  of  one  variety;  whether 
the  latter  may  sometimes  come  under  the  head  of  abscess,  or  of  the  atro- 
phying cancer  described  by  Billroth— these  questions  we  resign  to  the 
pathologists  of  the  future. 

Of  the  two  methods  of  treating  scirrhus,  viz.,  the  removal  of  the  growth 
by  the  electrolytic  process  alone,  without  the  use  of  the  knife,  or  extirpa- 
tion by  the  knife,  with  the  subsequent  employment  of  electrolysis  for  the 
purpose  of  destroying  the  reproductive  power  of  the  disease — the  latter 
seems  to  us  worthy  of  still  further  trial. 

By  this  method,  although  two  distinct  operations  are  performed,  less 
time  is  consumed  in  the  operation,  and  it  is  possible  more  effectually,  and 
to  a greater  depth,  to  destroy  the  underlying  tissue. 

Relief  of  the  Pain  of  Cancer  by  Galvanization. — So  long  as  we  are  able 
to  do  so  little  toward  the  radical  cure  of  the  worst  forms  of  cancer,  it  can 
never  be  amiss  to  dwell  upon  any  means  that  will  even  for  a time  re- 
lieve the  awful  agony  that  so  frequently  attends  it. 

It  is  not  sufficiently  understood  what  a magic  influence  an  intelligently 
directed  application  of  the  constant  current  exercises,  as  a rule,  over  the 
throbbing  pains  of  scirrhus,  especially  of  the  female  breast.  Simple  ex- 
ternal applications  with  clay  electrodes  and  a current  strength  of  40  or  50 
milliamperes  will  often  act  as  quickly  as  the  introduction  of  needles  and 
are  far  preferable. 

J.  Inglis  Parsons,*  acting  on  the  hypothesis  “that  cancer  consists  of 
new  cells  which  have  formed  during  the  process  of  repair  or  inflammation, 
and  in  an  active  state  of  proliferation  have  escaped  from  the  control  of  the 
nervous  system,”  used  the  interrupted  voltaic  current  up  to  600  milliam- 
peres, and  found  the  soft  varieties  were  good  conductors,  while  a hard 
scirrhus  had  a very  high  resistance.  The  severe  cancer  pain  is  usually 
wholly  abolished  by  the  first  application,  if  the  whole  of  the  growth  can 
be  gone  over.  The  number  of  applications  required  will  depend  upon  the 
size  of  the  growth  and  the  amount  that  can  be  done  at  one  application. 
He  reported  that  in  one  case  there  were  no  signs  of  recurrence  at  the  end 
of  two  years,  and  in  two  no  signs  of  active  growth  in  seven  months  and 
one  year.  His  theory  is  that  the  low  vitality  of  the  cancer  cells  is  ex- 
tinguished by  the  sudden  voltaic  alternatives,  flashed  with  inconceivable 
rapidity  through  the  growth. 

Hutchinson  f stated  that  he  had  operated  on  16  cases,  of  which  2 are 
still  living.  One  was  a case  of  epithelioma  of  the  lower  lip,  removed  four- 
teen years  ago.  There  has  been  no  return  and  the  patient  is  in  good 
health.  The  other  was  a woman  from  whom  a breast  and  the  two  labia 
majora  were  removed ; after  twelve  years  she  is  in  good  health. 

Adenitis. — Enlarged  glands  of  the  neck  or  groin  may  be  treated  by  ex- 

* Medical  Press  and  Circular,  London,  December  24th,  1890. 
f Medical  News;  October  31st,  1891. 
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ternal  faradization  with  strong  currents,  interrupted  so  as  io  break  up  the 
glands,  as  recommended  by  Meyer,  or  by  external  galvanization,  or  by 

electrolysis. 

The  prognosis  is  very  capricious.  In  some  cases  the  enlargements  di- 
minish quite  rapidly  and  entirely  disappear;  in  other  cases  they  are  as 
obstinate  as  scirrhus  of  the  breast.  In  one  case  referred  to  us  by  Dr.  C. 
L.  Mitchell,  an  enlarged  parotid  gland  was  treated  at  first  by  external  far- 
adization and  galvanization,  with  the  effect  of  hastening  suppuration. 
After  the  tumor  was  opened  the  inner  portions  were  treated  through  the 
openings  by  mild  electrolysis,  and  the  tumor  speedily  disappeared. 


CHAPTER  V. 

ANEURISMS  AND  VARICOSE  VEINS. 

In  the  treatment  of  aneurism  the  great  end  sought  is  coagulation.  A 
knowledge  of  the  differential  action  of  the  poles  in  producing  coagulation 
is  essential  to  an  intelligent  use  of  electricity  in  treating  aneurism.  Co- 
agulation takes  place  at  both  poles  of  the  galvanic  current;  that  at  the 
positive  pole  being  small,  black,  and  hard;  and  that  at  the  negative  be- 
ing larger,  softer,  and  of  a yellowish  color. 

Aneurisms  may  be  treated,  with  greater  or  less  success,  according  to 
their  size  and  position,  the  condition  of  their  walls,  and  general  health 
of  the  patient,  by  either  of  the  poles  or  by  both  combined. 

d'he  best  method  for  the  majority  of  cases,  certainly  for  aneurisms  of 
any  considerable  size,  is  to  use  both  poles,  and  a large  number  of  needles 
that  are  insulated,  so  that  the  current  will  not  act  on  the  walls  of  the  an- 
eurism. In  the  treatment  of  aneurism,  especially,  careful  insulation  is 
needed.  The  advantage  of  using  both  poles  is  twofold; 

First.  A double  clot  is  formed,  one  at  the  positive  and  the  other  at 
the  negative  pole.  Although  the  negative  clot  is  soft  and  yielding,  still, 
in  combination  with  the  positive  clot,  it  is  of  decided  service  in  closing 
the  aneurism ; and,  so  far  as  we  can  ascertain,  there  is  no  evidence  that 
embolism  is  ever  caused  thereby. 

Second.  The  resistance  is  greatly  reduced  by  placing  needles  con- 
nected with  both  poles  in  the  sac,  so  that  the  electrolytic  action  is  very 
much  more  effective  than  when  one  pole  is  placed  on  the  surface  of  the 
body.  The  blood  is  the  portion  of  the  body  that  best  conducts  electricity; 
and  when  both  poles  are  inside  of  the  sac,  and  near  to  each  other,  as  of 
course  they  must  be,  a mild  current  will  cause  vigorous  electrolysis.  On 
the  other  hand,  if  one  pole  be  applied  by  a wet  sponge  to  some  indifferent 
point  on  the  surface,  a strong  current  is  needed  to  produce  a clot,  and  a 
long  operation;  and,  unless  the  sponge  on  the  surface  is  occasionally 
moved,  it  would  cause  great  pain;  and  if  the  patient  is  under  an  anaes- 
thetic, a blister  may  be  caused.  As  the  negative  pole  is  more  painful  than 
the  positive,  when  the  positive  alone  is  in  the  aneurism,  the  negative  on 
the  surface  may  be  very  uncomfortable,  even  with  a feeble  current.  We 
are  aware  that  tolerably  good  results  have  been  secured  in  many  cases  of 
aneurism,  and  especially  by  the  English  surgeons,  by  the  positive  pole 
a blone;  but  we  suspectthatetter  results  might  have  been  obtained  if  both 
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poles  had  been  inserted  into  the  sac.  At  all  events  the  use  of  both  poles 
should  be  thoroughly  tested. 

In  the  electrolytic  treatment  of  aneurism,  as  in  so  many  other  electric 
applications,  it  is  necessary  to  have  a rheostat,  so  as  gradually  to  let  the 
current  on  or  off  without  shock. 

Another  method  of  treating  aneurism,  first  suggested  by  Moore  and 
modified  by  Stevenson,*  consists  in  passing  a large  quantity  of  steel  wire 
into  the  aneurismal  sac,  and  by  this  means  producing  coagulation. 

Statistics  of  Aneurism  Treated  by  Electricity. — The  published  statistics 
of  aneurism  treated  by  electricity  are  of  little  or  no  value,  and  for  two  rea- 
sons: I.  They  represent  experiments  made,  in  a large  percentage  of  the 
cases,  by  those  who  are  but  little  familiar  with  electro-physics  or  electro- 
physiology. Quite  frequently  the  poles  have  been  confounded,  so  that  it 
is  impossible  to  tell  whether  the  positive  or  negative  is  used,  and  from 
many  of  the  accounts  it  is  impossible  to  tell  even  approximately  the 
strength  of  current  employed. 

2.  The  statistics  are  derived,  in  part  at  least,  from  cases  that  are  re- 
ported too  early.  The  temporary  relief  that  results  from  the  coagulum 
formed  in  the  aneurism  by  the  chemic  action  of  the  current  has  been  in- 
terpreted as  indicating  a perfect  recovery. 

Some  of  the  cases  hastily  reported  as  cured  probably  died  soon  after, 
if  not  before,  the  account  of  their  recovery  was  fully  in  print. 

For  these  reasons  we  omit  all  the  statistics  that  have  appeared  on  this 
subject;  preferring  the  general  average  opinion,  so  far  as  it  can  be  ob- 
tained, of  those  surgeons  and  electro-therapeutists  who  are  best  qualified 
to  speak  on  this  subject. 

Our  general  conclusion,  derived  from  many  experiments  on  animals, 
from  actual  experience,  and  from  a comparison  of  the  various  observa- 
tions that  have  been  made  on  the  subject,  is  that  for  those  varieties  of 
aneurism — such  as  the  thoracic,  abdominal,  and  so  forth — that  cannot 
well  be  treated  by  the  old  methods,  and  in  some  cases  for  those  that  are 
accessible  to  other  treatment,  galvano-puncture,  rightly  performed,  may 
be  of  great  service  in  relieving  the  accompanying  symptoms,  in  prolong- 
ing life,  and  may  now  and  then  achieve  a radical  cure. 

In  a case  of  aneurism  of  the  abdominal  aorta  that  we  treated  in  co- 
operation with  Dr.  Keyes,  at  Charity  Hospital,  there  was  a very  decided 
temporary  relief  of  symptoms.  The  tumor  became  harder  but  not  smaller, 
and  the  bruit,  which  before  the  operation  was  very  distinct,  became  barely 
perceptible.  The  needles  were  introduced  on  four  different  occasions  at 
intervals  of  from  one  to  two  weeks;  but  in  spite  of  the  improvement  in  the 
condition  of  the  tumor  the  patient  grew  weaker  and  weaker,  and  died  of 
exhaustion  some  four  months  subsequent  to  the  first  operation.  Post- 
mortem examination  revealed  the  surprising  fact  that  the  patient  had  three 

* Lancet,  June  iith,  1887. 
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aneurisms : one  of  the  arteria  innoininata,  about  twice  the  size  of  an  Eng. 
lish  walnut;  one  of  the  aorta  opposite  the  sixth  and  seventh  dorsal  verte- 
brai,  about  eleven  inches  in  circumference ; and  the  one  operated  on,  which 
was  found  to  arise  from  the  anterior  wall  of  the  aorta  at  the  origin  of  the 
superior  mesenteric.  This  aneurism  was  about  twelve  and  a half  inches 
in  circumference.  In  all  three  of  the  aneurisms  organized  light-colored 
clots  were  found.  The  one  operated  on  was  less  solid  than  the  others. 
There  was,  indeed,  no  evidence  that  the  galvano-puncture  had  produced 
any  permanent  clot.  It  is  possible,  however,  that  it  caused  a temporary 
clot  that  was  wasted  away  by  the  current  of  blood.  There  is  no  question 
that  the  tumor  became  more  solid  after  the  operation,  and  that  this  solidi- 
fication was  attended  with  diminution  of  the  nausea  and  pain. 

Luigi  Ciniselli  * has  written  a monograph  on  aneurisms  of  the  thoracic 
aorta  treated  by  galvano-puncture.  He  speaks  of  twenty-three  cases.  Of 
these  six  recovered,  sixteen  died,  and  in  one  case  the  result  is  not  known. 
Of  the  six  reported  as  cured,  one  relapsed  in  three  months,  another  in 
seventeen  months,  another  in  four  months,  but  was  again  operated  on,  and 
after  eight  months  there  had  been  no  relapse.  Of  the  remaining  three 
cases  one  had  not  relapsed  up  to  nine  and  a half  months,  another  had  not 
relapsed  at  eight  and  a half  months,  and  the  last  remained  well  at  four 
and  a half  months. 

Eyre  has  reported  a case  of  aneurism  of  the  left  external  iliac  artery 
treated  by  farado-puncture.  Symptoms  of  inflammation  appeared,  but  after 
seventeen  days  the  tumor  was  firmer,  and  evinced  less  pulsation.  The  fa- 
radic  current,  however,  has  nothing  to  commend  it  for  the  treatment  of 
aneurism. 

Ciniselli  successfully  treated  an  aneurism  of  the  ascending  aorta  in  a 
patient  forty-six  years  of  age  by  a galvano-puncture.  Three  needles,  con- 
nected with  a voltaic  pile  of  thirty  pairs,  were  inserted  in  the  third  inter- 
costal space  where  the  tumor  was  prominent  and  the  pulsation  strong. 
The  operation  lasted  forty  minutes.  After  the  operation  the  skin  over 
the  tumor  was  red.  For  three  weeks  the  patient  kept  his  bed  and  took 
digitalis.  Forty-three  days  after  the  operation  he  left  the  hospital. 
Fifty-eight  days  after  the  operation  only  a slight  prominence  remained, 
and  no  pulsations  could  be  seen.  Seventy-eight  days  after  the  operation 
the  patient  resumed  his  occupation,  which  was  that  of  a coachman. 

A case  of  aneurism  of  the  temporal  artery,  cured  by  platinum  needles, 
is  reported  by  R.  Verhoogen,f  of  Brussels.  Three  of  these  needles  were 
plunged  into  the  sac  and  connected  with  the  positive  pole,  the  negative  be- 


* “ Sugli  aneurism!  dell’  aorta  toracica  finora  trattati  colla  elettro-puntura,”  Miliano. 
1870.  Quoted  in  Dr.  Keyes’s  paper  on  “Practical  Electro-Therapeutics,”  New  York 
Medical  Journal,  December,  1871. 

f Revue  Internationale  de  bibliographie,  Beyrouth,  August  25th,  1894. 
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Ing  applied  over  the  sternum.  A current  of  five  milliamperes  for  six  sit- 
tings in  as  many  weeks  sufficed  to  affect  a cure. 

Erhoogen,*  of  Brussels,  reports  several  cases  successfully  treated  by 
interstitial  electrolysis.  One  was  a traumatic  aneurism  of  the  temporal 
artery,  about  five  centimetres  in  diameter.  In  seven  sittings,  at  intervals 
of  two  days,  by  means  of  platinum  needles  attached  to  the  positive  pole, 
the  tumor  was  reduced  without  leaving  any  trace  of  the  treatment. 

Gilles,f  of  Paris,  reports  two  cases  of  aortic  aneurism.  In  one  there 
was  an  undoubted  arrest  of  the  disease,  the  restoration  of  the  vitality  of 
the  sac,  and  a survival  for  six  months  at  least.  He  thinks  that  if  a second 
operation'  had  been  allowed  a cure  would  have  been  effected.  In  the 
second  case,  three  months’  amelioration  of  symptoms  took  place,  and  the 
treatment  was  resumed  in  extremis, 'w'lthont  result.  His  conclusion  is  that 
we  have  a right  to  resort  to  the  operation  when  all  other  means  have  failed 
to  be  of  value.  No  details  of  technique  are  given. 

Varicose  Veins. — Varicose  veins  were  treated  by  galvano-puncture  after 
the  manner  of  aneurisms  many  years  ago. 

Bertani  and  Milani  experimented  in  the  treatment  of  varicose  veins 
by  galvano-puncture  as  far  back  as  1847.  These  observers  applied  a 
bandage  or  tourniquet  to  the  limb  to  diminish  the  blood  supply  before 
operating. 

For  the  treatment  of  varicose  veins  the  positive  pole  would  possibly  be 
better  than  the  negative  or  than  both  together,  and  for  the  reasons  above 
given.  The  space  within  the  enlarged  vein  is  comparatively  small,  and 
the  small  clot  made  by  the  positive  pole  ought  to  be  sufficient  to  obstruct 
the  flow  of  blood.  The  positive  clot  would  have  the  advantage  of  firm- 
ness, and  embolism  would  be  less  likely  to  follow  than  after  the  use  of 
the  negative  pole. 

* Journal  de  Mededne,  de  Chirurgie,  et  de  Pharmacologic.  Brussels,  March  i8th, 
1894. 

f Marseilles  medical,  Marseilles,  March  1st,  1893. 
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Strictures  of  the  Urethra. — The  treatment  of  urethral  stricture  by  elec- 
trolysis dates  back  to  1847,  when  both  Crussel  and  Wertheimer,  as  pio- 
neers, published  results  and  advocated  the  method. 

Subsequently,  Jaksch  and  Leroy  d’Etiolles  studied  the  subject,  and 
after  them,  in  1867,  Mallez  and  Tripier,*  Campos, f Dutrieux,J  Althaus,§ 
and  others,  contributed  to  the  literature  of  the  subject,  and  claimed  suc- 
cessful results. 

In  this  country  the  apostle  of  the  electrolytic  treatment  of  urethral 
stricture  is  Dr.  Robert  Newman,  ||  who  claims  to  have  successfully  treated 
several  hundred  cases.  Simultaneously  and  subsequently,  Frank, 1 
Prince,**  Hutchinson, ff  Butler, Meier,§§  and  others,  have  reported 
cases  supporting  the  claims  of  Newman. 

The  leading  and  distinctive  features  of  his  method  are  these:  i.  The 
use  of  very  mild  galvanic  currents,  three  to  five  milliamperes,  and  from 
three  to  five  minutes  in  duration.  Like  other  observers  he  uses  the  nega- 
tive pole.  The  instrument  should  be  held  loosely  against  the  obstruction, 
and  no  pressure  should  be  used,  and  no  force  whatever.  2.  Long  inter- 
vals, from  two  to  four  weeks,  between  the  applications. 

Dr.  Newman  insists  on  a careful  preliminary  diagnosis  of  the  nature 


* •*  De  la  Gu<?rison  durable  cles  R6tr^cissements  de  I’Ur^thre,  par  la  Galvano-Caustique 
Chimique,’*  Paris,  1867.  The  term  “ chemical  galvano-cautery,"  used  by  these  authors, 

is  synonymous  with  electrolysis.  ^ j t>  > ' • 

f •*  De  la  Galvano-Caustique  Chimique,  comme  moyen  du  Traitement  des  Retrecisse- 


ments  de  rUrithre,”  Paris,  1871. 

f “ De  la  Galvano-Caustique  Chimique  dans  le  Traitement  des  Retrecissements  Or- 

ganiques  de  I’Ur^thre,”  Press.  Med.  Beige,  No.  25,  1872.  ^ ^ 

^ “ Ileilung  der  HarnrOhren-Stricturen  durch  die  Electrolyse,  Goeschen  s Deutsche 

Klinik,”  Nos.  34-36.  , j iv/r 

II  Archives  of  Electrology  and  Neurology,  May,  1874.  New  England  Medi 
Monthly,  August,  1885.  Journal  of  the  American  Medical  Association  September,^ i 7- 
“ Ten  Years’  Experience  in  the  Treatment  of  Urethral  Stricture  by  ElecUolysis, 

York  Medical  Record,  August  12th  and  19th,  1882.  “A  Defence  of  Electro  ysis 
Urethral  Stricture,”  Medical  Register,  Philadelphia,  January,  1889. 

T‘  Multiple  Stricture  of  the  Urethra  treated  by  Electrolysis,  New  York  Medic 


Record,  February,  1874. 

**  Transactions  Illinois  State  Medical  Society,  i873> 
ft  “ Practical  Electro-Therapeutics,”  1888. 

it  American  Journal  of  Electrology  and  Neurology,  October,  1879. 
§§  International  Journal  of  Surgery,  October,  1888. 
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and  exact  seat  of  the  stricture.  He  operates  with  bougies  provided  with 
metal  bulbs  of  various  sizes.  Unless  the  stricture  is  too  firm  or  fibrous 
he  uses  a bougie  which  is  three  or  four  times  larger  than  the  stricture. 
After  he  has  ascertained  by  measurement  the  exact  locality  of  the  stric- 
ture, he  pushes  a small  india-rubber  ring  over  the  bougie,  at  such  a dis- 


FlG.  195.— Newman’s  Tunnelled  Catheter  Electrode  (Waite  & Bartlett). 


tance  from  the  end  that  when  the  ring  reaches  the  meatus  he  will  know 
that  the  bulb  is  in  contact  with  the  stricture,  and  then  he  is  assured  that 
the  electricity  acts  only  on  the  stricture. 

Dr.  Newman  regards  a patient  as  cured  when  a No.  12  English 
sound  can  be  passed  without  trouble.  He  does  not  claim  that  all 
strictures  can  be  treated  successfully  in  this  way,  but  states  that 
some  of  his  cases  were  bad  and  complicated. 


Fig.  196. — Egg-Shaped  Urethral  Electrode. 


Our  own  experience  has  not  been  favorable  to  the  efficacy  of  electricity 
in  the  treatment  of  urethral  stricture.  Experiments  made  in  Charity  Hos- 
pital by  Drs.  Keyes  * and  Beard,  in  1871,  following  the  old  methods  of 
Mallez  and  Tripier,  proved  quite  unsatisfactory;  and  in  numerous  trials 
since  we  have  been  unable  to  satisfy  ourselves  of  the  efficiency  of  the 
method.  In  December,  1894,  the  following  case  came  to  us  for  the  relief 
of  a urethral  stricture  of  long  standing.  We  expressed  our  doubts  as  to 
the  probability  of  effecting  a cure  by  this  method,  but  as  the  man  was 
eager  for  the  trial,  we  determined  to  make  still  further  effort  with  all  pos- 
sible care  and  persistency,  and  called  in  consultation  that  eminent  author- 
ity in  genito-urinary  surgery.  Dr.  L.  Bolton  Bangs,  who  made  all  the 
measurements  and  assisted  at  the  first  six  applications. 

Mr.  X , aged  thirty-five,  with  a stricture  of  ten  years’  standing. 

Size  of  stricture  at  one  inch  17  F,  and  at  four  inches  a second  one  impas- 
sable to  a sound  No.  11.  The  first  six  applications  were  directed  against 
the  first  stricture,  with  an  electrode  two  sizes  larger  than  the  stricture  it- 
self. The  strength  of  current  ranged  from  five  to  ten  milliamperes,  and 
the  length  of  the  applications  from  two  to  ten  minutes.  Some  irritation 


* See  Keyes’  article  in  the  New  York  Medical  Journal,  December,  1871. 
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and  soreness  were  occasioned  by  the  use  of  ten  milliamperes,  but  at  the 
«nd  of  a month — the  time  occupied  in  giving  the  six  treatments — there 
was  not  the  slightest  evidence  that  the  stricture  had  been  in  any  way  fa- 
vorably affected.  Attention  was  now  directed  to  the  stricture,  size  1 1 at 
the  depth  of  four  inches,  and  eight  additional  applications  were  made  be- 
tween February  ist  and  March  14th,  the  electrodes  being  from  one  to 
three  sizes  larger  than  the  stricture.  On  no  occasion  in  these  last  series 
of  treatments  did  the  current  strength  exceed  three  milliamperes,  and  the 
duration  of  the  treatment  ranged  from  eight  to  ten  minutes. 

All  this  treatment,  carried  out  in  the  most  careful  and  conscientious 
manner — on  our  part  w'ith  the  greatest  desire  for  success,  and  w'e  are  sure 
also  W'ith  the  same  desire  on  the  part  of  Dr.  Bangs — was  without  result, 
and  on  April  13th  w'e  sent  the  patient  to  Dr.  Bangs,  who  operated  by  ex- 
ternal and  internal  urethrotomy,  with  the  final  result  of  the  easy  passage 
of  a No.  26  F sound. 

That  three  milliamperes  of  current — the  strength  now  generally  rec- 
ommended— applied  through  a metal  bulb,  can  dissolve  an  urethral  stric- 
ture, does  not  seem  a rational  supposition.  It  is  certainly  opposed  to  the 
known  principles  of  electrolytic  action.  In  the  year  1888,  Dr.  E.  L.  Keyes, 
w'hose  former  unsuccessful  attempts  in  the  electrolytic  treatment  of  ure- 
thral stricture  have  been  already  alluded  to,  resolved  again  to  test  the 
treatment  by  the  newer  method  of  Dr.  Newman  and  with  his  aid.  A full 
account  of  these  investigations  will  be  found  in  an  article,  “On  the  Cura- 
bility of  Urethral  Strictures  by  Electricity,”  read  before  the  annual  meet- 
ing of  the  American  Association  of  Genito-Urinary  Surgeons,  and  pub- 
lished in  the  New  York  Medical  Jourtial,  October,  1888. 

The  accompanying  table,  compiled  by  Dr.  Keyes,  epitomizes  the  com- 
plete history  of  the  eight  cases  thus  treated. 

His  conclusions  are  that  “ electrolysis  with  a very  mild  current — I 
prefer  it  at  less  than  tw'o  milliamperes  and  a half — does  no  harm;  in  fact, 
does  nothing  that  I can  appreciate,  and  does  not  interfere  with  the  benefit 
to  be  derived  from  ordinary  dilatation.  I believe  that  a strong  current 
is  full  of  danger,  both  immediately  from  irritating  effect  and  ultimately 
from  cicatricial  effect;  and  that  employment  of  the  negative  pole  does  not 
prevent  this. 

“ My  study  of  the  subject  and  the  experience  it  has  brought  me,  di- 
gested with  all  the  impartiality  I possess,  lead  me  to  state  that  the  allega- 
tion that  electricity,  however  employed,  is  able  to  remove  organic  urethral 
stricture  radically  lacks  the  requirements  of  demonstration.” 

The  subject  has  been  ably  discussed  also  by  Dr.  F.  Tilden  Brow'n,*  of 

* An  essay  read  before  the  Surgical  Section  of  the  New  York  Academy  of  Medicine 
upon  “ The  Limitations  of  Electrolysis  as  a Therapeutic  Agent  in  Organic  and  Spas- 
modic Stricture  of  the  Urethra,  with  Cases,”  Journal  of  Cutaneous  and  Genito-Urinary 
Diseases,  July,  1888. 
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New  York,  who  thoroughly  digested  the  literary  material  up  to  the  date 
of  his  paper,  and  whose  conclusions  are  adverse  to  the  efficacy  of  the 
method. 

Dr.  F.  A.  Fort,*  of  Paris,  has  suggested  a new  method,  which  he  has 
termed  “ linear  electrolysis,”  and  from  its  use  he  claims  good  results. 
His  electrolyzer  consists  of  a long,  flexible,  and  slender  bougie,  in  the 
middle  of  which  a projecting  smooth  platinum  blade  (not  sharp)  is  con- 
nected with  a platinum  wire  covered  with  a thin  coating  of  gutta  percha. 
This  platinum  wire  can  be  put  in  communication  with  the  continuous  cur- 
rent of  a battery.  The  terminal  portion  of  the  sound  is  filiform  and  serves 
as  a driving  bougie,  preventing  any  false  passage. 

The  operation  is  j^jerformed  as  follows:  The  electrolyzer  being  intro- 
duced into  the  canal,  the  platinum  blade  is  gently  pressed  against  the 
stricture,  and  the  instrument  is  put  in  communication  with  the  negative 
pole  of  a continuous-current  battery. 

This  being  done,  the  electrolytic  current  is  allowed  to  pass  until  the 
galvanometer  indicates  lo  milliamperes  (minimum),  which  is  sufficient  in 
nearly  all  cases.  The  electrolyzer  is  slowly  driven  in  against  the  stric- 
ture, and  the  obstacle,  according  to  Dr.  Fort,  is  generally  destroyed  in 
about  thirty  seconds. 

The  electrolyzer  acts  like  the  urethrotome.  It  is  said  to  produce  a 
linear  division  of  the  stricture,  which  has  the  advantage  over  the  urethro- 
tome of  not  producing  a wound  by  a sharp  instrument. 

Among  others  who  claimed  good  results  by  the  method  of  Fort  is  Fer- 
ris.f  His  bougie,  insulated  and  set  in  a platinum  disk,  is  introduced  un- 
til the  disk  rests  against  the  stricture.  A current  of  20  milliamperes  is 
used  for  four  minutes. 

Strictures  in  other  parts  of  the  body— of  the  oesophagus,  the  rectum, 
etc.— have  all  been  subjected  to  electrolytic  treatment  by  enthusiastic 
workers,  and  successful  results  reported.  The  method  has  not  yet,  how- 
ever, commended  itself  to  the  masters  in  surgery  or  to  the  conservative 
opinion  of  the  profession. 

* “ Traitement  des  Rdtr^cissement  par  I’Electrolyse  linear,”  Paris,  1894. 
tG  az.  Med.  di  Torino,  1895,  Nos.  24  and  26. 


CHAPTER  VII. 

MISCELLANEOUS  SURGICAL  DISEASES, 

Ulcers — Bed-sores. — The  earliest  attempts  to  treat  ulcers  by  electricity 
were  made  by  Crussel  in  1847. 

The  same  treatment  has  been  used  in  syphilitic  ulcers  by  Kyber,  of 
Cronstadt,  Rosenberger,  of  St.  Petersburg,  and  in  the  majority  of  their  re- 
ported cases  with  success. 

Ulcers  may  be  treated  with  both  currents  by  means  of  metallic  disks 
or  plates  covered  with  soft  sponge.  Galvanization  serves  to  cure  in  such 
cases  partly  by  its  electrolytic  effects.  One  electrode  may  be  applied  to 
the  ulcer,  and  the  other  to  the  nearest  large  nerve-branch  or  plexus,  or  to 
the  sympathetic  or  spinal  cord.  The  applications  should  not  be  exces- 
sively painful.  In  some  cases  decided  results  may  follow  a single  appli- 
cation of  electricity  to  an  ulcerated  surface.  In  a case  of  an  ulcer  in  the 
leg  of  a girl  eight  years  of  age,  one  faradization  with  a current  of  moder- 
ate strength  so  improved  the  nutrition  of  the  parts  that  healing  at  once 
commenced,  and  in  a short  time  entire  recovery  took  place  without  any 
further  treatment.  Ulcers  may  also  be  cauterized  by  the  galvano-cautery. 

In  the  treatment  of  ulcers,  and  indeed  of  many  conditions,  it  is  a con- 
venience to  have  one  electrode  kept  in  a fixed  position  without  the  aid  of 
the  physician  or  of  an  assistant.  For  this  purpose  the  adjustable  elec- 
trodes, provided  with  a rubber  belt  which  can  be  passed  around  the  limbs 
or  body,  are  convenient. 

Ulcers  may  also  be  treated  by  prolonged  applications  with  the  so- 
called  “ body  batteries.”  A disk  of  zinc  is  connected  by  a wire  with  a disk 
of  silver.  Either  the  zinc  or  the  silver  disk  may  be  applied  over  the  ul- 
cer, and  the  circuit  completed  by  one  disk  on  an  indifferent  point,  or  in 
case  there  are  two  ulcers,  one  may  be  covered  with  the  silver  disk,  and  the 
other  with  the  zinc  disk.  These  disks  may  be  kept  in  position  and  worn 
all  the  time,  or  only  at  night. 

The  results  of  these  prolonged  applications  are  most  excellent,  espe- 
cially in  bed-sores.  We  have  known  them  to  fail,  however,  in  very  bad 
cases,  and  notably  when  great  debility  existed. 

J.  Inglis  Parsons  * cites  four  cases  of  rodent  ulcer  which  he  success- 
fully treated  by  electrolysis,  preferring  it  to  the  knife  or  caustics,  for  the 
reason  that  it  is  more  speedy,  less  painful,  less  liability  to  hemorrhage, 

•London  Lancet,  November  nth,  1893, 
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and  leaves  a less  deforming  cicatrix.  He  used  two  needles  with  a current 
strength  of  300  milliamperes.  Doamer  and  Marquant  * greatly  benefited 
22  cases  of  varicose  ulcer  by  the  static  bath.  The  ulcer  was  cleaned  by 
sublimate  or  other  antiseptic  solution,  covered  by  a pad  of  hygroscopic 
wadding,  and  the  positive  pole  from  a Wimshurst  of  four  plates,  giving 
five  sparks  per  second  at  eight  centimetres,  applied  for  ten  minutes.  The 
ulcer  was  then  recovered  with  an  antiseptic  pad,  the  treatment  being  re- 
newed three  times  a week.  The  nutrition  of  the  integuments  was  stimu- 
lated and  cicatrization  hastened.  Hutchinson  f has  had  excellent  results 
in  the  treatment  of  rectal  ulcers  by  introducing  an  electrode  of  carbon 
(negative  pole)  sufficiently  large  to  distend  the  pouch  moderately. 

With  a strength  of  20  milliamperes  there  comes  a sensation  of  gentle 
warmth  with  great  comfort,  and  on  the  removal  of  the  electrode  an  inspec- 
tion showed  the  mucous  membrane  pale  and  well  contracted.  The  ulcers 
rapidly  heal.  In  a case  where  there  were  two  ulcers  of  a centimetre 
diameter  each,  both  disappeared  after  four  sittings.  The  rectum  must, 
of  course,  be  thoroughly  w’ashed  out. 

Galvano-ozonization  is  a term  employed  to  designate  the  combined 
action  of  ozone  and  the  galvanic  current  in  the  treatment  of  ulcers.  It  is 
claimed  that  ozone  is  generated  at  the  positive  pole  when  the  galvanic  cur- 
rent is  applied  to  an  ulcer,  and  the  ozone  thus  generated  has  a curative 
effect  on  the  ulcer,  and  aids  the  other  action  of  the  current. 

For  this  reason  the  positive  pole  is  thought  superior  to  the  negative  in 
the  galvanic  treatment  of  ulcers,  fistulae,  and  so  forth. 

Hemorrhoids. — Piles,  external  and  internal,  may  be  treated  by  both 
currents  applied  internally.  Relief  of  itching,  pain,  and  permanent  im- 
provement in  the  tone  of  the  parts,  are  sometimes  derived  from  this  treat- 
ment, but  the  more  effectual  way  is  to  use  the  galvano-cautery  or  electro- 
puncture with  electrolysis.  Of  these  two  methods  the  galvano-cautery  is 
to  be  preferred  as  the  more  effectual  and  the  least  painful.  By  not  attempt- 
ing to  do  too  much,  but  with  light  touches  frequently  repeated,  the  pile 
gradually  shrivels,  and  in  most  instances  the  patient  need  not  be  detained 
from  business  a day. 

Stumps  after  amputation  that  are  slow  to  heal  have  been  successfully 
treated  by  electricity,  like  ordinary  ulcers,  by  Dr.  George  K.  Smith  and 
by  Dr.  Snively,  of  Brooklyn. 

Gangrene. — Gangrene  may  be  treated  electrically  in  various  ways,  but 
especially  by  electrolysis  and  galvano-cautery.  Alorosoff  J gives  the  his- 
tories of  two  unique  cases  in  which  the  spread  of  gangrene  of  the  inferior 
extremity  was  arrested  by  the  use  of  the  galvanic  current. 

Carbuncles  and  Furuncles. — 'We  demonstrated  long  ago  that  faradiza- 

* La  Mededne  moderne,  Paris,  September  ist,  1894. 
f New  England  Medical  Monthly,  September,  1893* 

$ La  Mededne  moderne,  Paris,  April  7th,  1894. 
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tion  was  capable  of  hastening  suppuration,  and  we  have  frequently  util- 
ized this  fact  in  tlie  treatment,  not  only  of  carbuncles  and  furuncles,  but 
of  various  other  forms  of  abscesses.  Dr.  Sass  informs  us  that  he  has  used 

this  treatment  in  several  instances  with  good  effect. 

^«;v;j-_Burns  in  a subacute  stage  might  not  unlikely  be  helped 

toward  recovery  by  faradization  or  galvanization. 

Syjiovitis. — In  effusions  of  an  acute  and  very  sensitive  character,  elec- 
tricity is  usually  not  indicated,  but  in  the  subacute  and  chronic  forms  it  is 
of  great  efficacy.  The  treatment  should  be  directed  by  the  cause  and 
stage  of  the  disease,  and  by  the  results  of  trial  in  each  case. 

The  treatment  of  those  cases  that  depend  on  rheumatism  or  hysteria 
should  be  constitutional  as  well  as  local.  In  some  cases  general  faradiza- 
tion, with  special  attention  to  the  affected  joint,  is  sufficient;  in  others 
the  general  treatment  is  sensibly  aided  by  galvanization  or  faradization 
of  the  joint,  while  in  other  cases  the  long  percussion  static  spark  appreci- 
ably hastens  the  absorptive  process. 

Whether  the  galvanic  or  faradic  current  or  static  electricity  is  to  be 
preferred  for  local  applications  can  only  be  determined  by  the  results  of 
trial.  Our  custom  is  to  begin  with  the  faradic  current  or  static,  and  to  use 
it  so  long  as  benefit  results,  and  then  to  change  to  the  galvanic.  It  should 
be  borne  in  mind  that  the  greater  chemic  effects  of  the  galvanic  current 
are  in  these  cases  frequently  more  than  counterbalanced  by  the  powerful 
mechanic  action  of  the  faradic  and  static.  Stable  increasing  currents  are 
to  be  preferred. 

Hydrocele. — Electro-puncture  was  first  tried  for  hydrocele  by  Schuster 
in  1839. 

Two  needles,  one  connected  with  either  pole,  may  be  introduced,  but 
the  simpler  and  better  way  is  to  use  but  one  needle  connected  with  the 
negative  pole,  while  the  positive  is  applied  externally.  The  current 
should  then  be  gradually  increased  until  20  up  to  50  milliamperes  are 
reached,  the  sensations  of  the  patient  being  something  of  a guide  as  to  the 
amount  used.  The  application  should  be  made  for  five  or  ten  minutes. 
One,  two,  or  three  applications  have  been  known  to  effect  a cure. 

Hydrocele,  in  short,  should  be  treated  electrically  like  cystic  tumors. 
The  great  end  to  be  accomplished  is  not  the  withdrawing  of  the  fluid, 
which  can  be  done  wdth  the  ordinary  trocar,  but  the  stimulation  of  the 
membrane  of  the  sac,  so  that  absorption  shall  take  place  and  the  fluid 
not  again  collect.  Many  of  the  failures  that  have  occurred  in  the  treat- 
ment of  hydrocele  have  been  due  to  a misapprehension  of  this  fact.  In 
the  treatment  of  hydrocele  Gautier  * has  combined  with  galvano-puncture 
the  injection  and  electrolytic  decomposition  of  iodide  of  potassium,  claim- 
ing by  this  method  a cure  in  one  sitting. 

Sprains  (^Strains). — Sprains  of  joints  of  all  kinds  may  be  treated  by 
* Revue  Internationale  d’Electrothiirapie,  1893. 
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electricity;  faradization  and  galvanization  of  the  affected  part  with  a 
mild,  stable,  or  gently  labile  current  are  indicated.  We  have  in  this  way 
treated  all  stages  of  sprains — acute,  subacute,  and  chronic — and  almost 
uniformly,  thus  far,  with  beneficial  or  curative  results.  We,  on  the  whole, 
prefer  the  high-tension  faradic  or  static  induced  current  for  this  purpose. 

Sprains  in  the  acute  stage,  or  just  passing  into  the  subacute  stage, 
should  be  treated  by  very  mild  currents  and  by  short  applications. 

In  such  cases  no  electrode  is  so  agreeable  as  the  hand  of  the  operator 
gently  passed  over  the  painful  part. 

We  have  treated  a number  of  cases  of  sprains  of  the  wrist  in  patients 
who  are  engaged  in  manual  employments.  In  such  conditions  the  local- 
ized application  of  the  faradic  current  alone  rapidly  brings  on  the  re- 
covery. 

Sprains  of  muscles  with  rupture  of  fibres,  so  far  as  our  limited  obser- 
vation goes,  do  not  yield  to  electric  treatment.  In  the  few  cases  where  we 
have  perseveringly  used  faradization  and  galvanization  we  have  not  been 
able  to  see  that  the  slow  improvement  was  in  any  degree  hastened. 

Spondylitis  {Pott's  Disease). — Spondylitis  is  a term  that  is  applied  to 
inflammation  of  the  vertebrae.  Among  its  symptoms  are  at  first  changes 
in  shape  of  the  spinal  column,  obstinate  gastralgia,  or  neuralgic  pains  in 
the  breast  and  various  parts  of  the  body,  and  subsequently  projection  of 
the  diseased  vertebrae,  deformity  of  the  spine,  peculiar  attitude  and  paral- 
ysis,* sensitiveness  of  certain  vertebrae,  and  spontaneous  pains  in  the 
spine,  f 

The  treatment  consists  in  galvanization  of  the  affected  vertebrae,  the 
positive  pole  being  placed  over  the  seat  of  the  disease,  and  the  negative  at 
some  point  above  or  below.  The  results  are  sometimes  beneficial. 

Spinal  Curvature. — Lateral  curvature  of  the  spine,  depending  on  relax- 
ation f the  muscles  and  ligaments,  and  associated  with  general  debility, 
is  a condition  for  which  general  and  localized  faradization  and  galvaniza- 
tion of  the  sympathetic  are  well  indicated,  and  in  which  they  have 
wrought  most  important  results.  General  faradization  alone  is  pretty 
sure  to  be  of  service,  both  in  raising  the  tone  of  the  system  and  in  perma- 
nently relieving  the  curvature.  The  electric  treatment  may  be  used  in 
connection  with  mechanic  appliances. 

Pseudo- Arthrosis  ( Ununited  Practure). — Burman  obtained  a good  result 
from  electric  treatment  of  a transverse  portion  of  the  tibia  and  fibula.  Af- 
ter the  lapse  of  a month  the  bones  had  not  united.  A bandage  was  applied 
and  a current  (whether  faradic  or  galvanic  is  not  stated)  was  applied  for 
half  an  hour  by  two  needles.  Suppuration  followed,  callus  was  formed, 
and  entire  recovery  took  place. 

•See  paper  on  “ Differential  Diagnosis  of  Diseases  of  the  Spine,”  by  Chas.  F.  Tay- 
lor, M.D. 

fBeneclikt:  Op.  cit.,  31a. 
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Hall  also  obtained  a successful  result  in  a fracture  of  the  thigh  by  the 
same  treatment.  The  operation  was  repeated  daily  for  two  weeks. 

Moritz  Meyer  * succeeded  in  dissipating  the  hypertrophic  callus  that 
followed  fracture  of  the  index  finger.  Operative  interference  would  prob- 
ably have  left  the  man  with  a crippled  finger  and  hand.  After  sixteen 
seances  the  patient  was  able  to  move  all  three  phalanges  freely. 

We  treated  a case  of  ununited  fracture  of  femur  at  the  Long  Island 
College  Hospital.  Insulated  needles  were  used,  and  very  strong  currents. 
Inflammation  was  excited,  and  some  improvement  was  manifest,  but  the 
bones  were  so'far  apart  that  it  was  found  necessary  for  the  surgeons  to 
operate  in  the  usual  manner. 

Hernia. — Delaux  reports  a case  of  incarcerated  femoral  hernia  in  a 
woman  who  refused  to  submit  to  an  operation.  Tumor  disappeared  after 
a few  applications.  The  first  application  was  directed  to  the  hernia,  and 
in  the  other  applications  one  pole  was  applied  to  the  hernia  and  the  other 
in  the  rectum.  Before  electric  treatment  was  tried  the  patient  was  grow- 
ing worse.  Faradization  might  give  tone  to  the  weakened  muscles  in  re- 
ducible hernia,  and  for  this  purpose  we  have  employed  it  in  a single  in- 
stance ; of  the  results  we  have  not  been  informed. 

Morbus  Coxarius  {Disease  of  the  Hip-joint). — This  condition  may  be 
treated  electrically,  in  connection  with  ordinary  mechanic  treatment,  with 
the  twofold  object  of  hastening  the  recovery  of  the  lesion  and  improving  the 
general  condition.  The  methods  of  treatment  that  would  seem  to  offer 
most  hope  are  stable  faradization  or  galvanization  of  the  diseased  joints, 
five,  ten,  or  fifteen  minutes  daily,  alternating  with  general  faradization. 
This  treatment  might  be  used  in  connection  with  the  ordinary  method  by 
extension. 

Club-Foot  {Talipes). — In  club-foot  it  is  not  unfrequently  a great  advan- 
tage to  combine  faradization  or  galvanization  of  the  partially  paralyzed 
muscles  with  the  use  of  mechanic  appliances. 

Warts. — Warts,  if  they  were  regarded  as  of  sufficient  importance,  might 
be  removed  by  electrolysis  of  the  base,  or  by  the  galvano-cautery. 

Dissolution  of  Calculi  in  the  Bladder. — The  employment  of  the  galvanic 
current  to  dissolve  calculi  was  proposed  by  Bourier  in  i8oi,  by  Morgiar- 
dini  and  Lando  in  1803,  and  by  Gruithuisen  in  1813,  but  was  first  success- 
fully carried  out  by  Prevost  and  Dumas  in  1823. 

The  theory  of  Prdvost  and  Dumas  was,  that  the  calculus  could  be  made 
to  crumble  by  the  mechanic  effect  of  the  gases  generated  by  the  current. 
In  their  first  experiment  they  placed  a fusible  human  calculus  in  water, 
submitted  it  to  the  action  of  a voltaic  pile  of  120  elements  for  twelve 
hours.  Platinum  wires  were  placed  against  the  calculus,  on  opposite 
sides.  Fine  powder  soon  appeared.  At  the  end  of  the  operation  the  cal- 
culus was  found  to  have  lost  12  grains  in  weight,  the  original  weight  hav- 
* Berliner  klinische  Wochenschrift,  Berlin,  December  2d,  1889. 
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ing  been  92  grains.  It  was  again  submitted  to  the  current  for  sixteen 
hours,  at  the  end  of  which  time  it  was  reduced  to  very  small  fragments 
that  could  have  easily  passed  the  urethra. 

Their  second  experiment  was  made  on  a fusible  calculus  in  the  blad- 
der of  a living  bitch,  into  which  warm  water  had  been  injected.  The 
application,  which  lasted  an  hour,  was  repeated  twelve  times  during  six 
days.  The  calculus  had  become  so  friable  that  the  operation  was  not  re- 
peated. Examination  of  the  bitch  after  death  showed  evidence  that  the 
bladder  had  been  injured  by  the  operation. 

In  183s  Bonnet  made  further  experiments  along  this  line,  and  recently 
Yvon  * has  experimented  by  placing  a urinary  calculus  in  an  electrode 
forceps  of  platinum,  immersing  it  in  a solution  of  sodium  sulphate,  and 
allowing  the  current  to  pass.  If  the  calculus  be  of  triple  phosphates  or  of 
earthy  carbonates,  it  will  dissolve  at  the  positive  pole;  if  composed  of  uric 
acid  at  the  negative.  None  of  these  e.xperimenters  have,  however,  at- 
tempted the  dissolution  of  calculi  in  the  human  bladder. 

Extraction  of  Foreign  Bodies  by  the  Electro-Magnet. — Dr.  Delore  f has 
suggested  the  electro-magnet  as  a means  of  extracting  foreign  bodies  from 
the  eye,  urethra,  auditory  canal,  etc.  He  states  that  the  magnet  has  been 
used  for  the  purpose  of  extracting  pieces  of  iron  and  steel  from  the  eye 
since  the  days  of  Fabrice  de  Hilden.  Delore’s  attention  was  called  to 
the  subject  by  an  attempt  which  he  made  to  extract  a piece  of  a pin  from 
the  external  auditory  canal.  A slender  magnet  was  prepared  by  M. 
Fasse,  which  could  be  bent  at  will,  but  it  was  found  to  be  not  sufficiently 
powerful,  d’hen  M.  Fasse  suggested  the  idea  of  using  the  electro-magnet 
for  this  purpose.  With  this  view  he  constructed  a small  electro-magnet 
composed  of  a stem  of  iron,  with  a bulbous  extremity,  and  covered  with 
several  windings  of  insulated  copper  wire. 

The  force  that  is  obtained  is  in  proportion  to  the  strength  of  the  cur- 
rent used  to  magnetize  the  iron,  the  number  of  spirals,  and  the  diameter 
of  the  magnet. 

In  order  to  ascertain  how  much  power  was  necessary  to  extract  nee- 
dles from  the  body,  a number  of  experiments  were  made. 

“ A needle  embedded  in  the  horny  substance  of  the  hand  to  the  depth 
of  3 millimetres  requires  for  its  extraction  a traction  of  89  grams.” 

“Embedded  16  millimetres  deep  in  the  heel  of  a cadaver  requires  400 
grams.” 

“ Embedded  4 centimetres  deep  in  the  calf  of  the  leg  it  requires  400 
grams.” 

“ If  it  has  perforated  the  cornea  it  must  have  a traction  of  39 
grams.” 

The  advantage  claimed  for  this  method  of  extracting  foreign  metallic 
* Le  Bulletin  Medicale,  Paris,  June  24th,  1894. 

■I  Translated  from  Lyon  Me'dical  in  New  York  Medical  Gazette,  August  20th,  1870. 
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bodies  is  that  “ it  produces  no  sensation  on  the  surface  of  the  tissues, 
and  also  is  less  liable  to  injure  them  than  forceps  or  probes. 

The  investigations  of  Dr.  T.  R.  Pooley,  of  New  York,  lead  him  to  the 
following  conclusions:  i.  That  a steel  or  iron  body  in  the  eye  maybe 
detected  by  a suspended  magnet  when  the  body  lies  near  its  surface.  2. 
The  presence  and  position  of  such  a foreign  body  may  most  surely  be 
found  by  making  it  a magnet  by  induction,  and  then  testing  for  it  by  a 
minute  suspended  magnet.  3.  The  intensity  of  deflection  of  the  needle 
is  proportionate  to  the  depth  of  the  body.  4*  Changes  of  deflection  of 
the  needle  indicate  changes  of  position  in  the  foreign  body. 

An  interesting  case  is  reported  by  Hardy.*  Forty-eight  hours  after 
the  injury  a small,  narrow  strip  of  steel  was  seen  resting  on  the  anterior 
surface  of  the  lens,  so  situated  as  to  be  covered  by  the  iris  unless  the  pu- 
pil was  dilated.  Only  a small  part  of  the  lens  behind  the  bit  of  metal 
was  opaque.  Twenty-four  hours  later  the  effect  of  a powerful  electro-bar- 


FlG.  197.— Electro-Magnet. 


magnet  outside  the  eye  was  tried.  When  the  pole  of  this  magnet  had 
been  approached  to  a distance  of  four  inches  from  the  cornea,  the  chip 
was  seen  suddenly  to  spring  away  from  the  lens  to  the  posterior  surface 
of  the  cornea.  On  removal  of  the  magnet  the  metal  fell  to  the  bottom  of 
the  anterior  chamber,  and  was  then  extracted  through  an  incision  made  as 
for  iridectomy.  The  lens  became  afterward  opaque  throughout,  and  was 
then  gradually  absorbed. 

Electro-Magnet. — This  instrument  (Fig.  197)  is  for  removing  bits  of 
iron  or  steel  from  the  cornea  and  chambers  of  the  eye.  Every  surgeon  and 
oculist  knows  from  experience  how  difficult  it  is  to  remove  particles  of  iron 
or  steel  filings  and  turnings  from  the  cornea,  even  after  they  have  been 
loosened,  and  the  impossibility  of  extracting  them  from  the  posterior 
chamber  of  an  eye  with  ordinary  instruments.  With  the  aid  of  this  in- 
strument these  operations  are  easy  and  simple.  To  use  the  magnet 
the  conducting  cords  are  connected  with  the  poles  of  a battery  cell  (a 
cell  with  zinc-carbon  element  is  the  best),  and  the  small  stylet  brought 
near  or  in  contact  with  the  particle,  which  adheres  to  the  magnet  and  is 
removed.  If  the  particle  of  iron  is  embedded  in  the  cornea,  it  may  be 
necessary  to  loosen  it  and  then  remove  it  with  the  magnet,  which  can  be 
* Medical  Times  and  Gazette,  April  13th,  1878,  p.  401. 
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done  without  contact  with  the  eye.  If  iron  or  steel  has  penetrated  either 
chamber,  it  is  then  necessary  to  introduce  the  small  stylet  of  the  magnet, 
which  attracts  the  particle,  which  is  easily  removed.  The  connections  are 
made  so  that  it  can  be  connected  to  the  cell  of  any  faradic  battery,  but  its 
magnetic  force  is  greatly  increased  by  adding  several  cells.  This  is  the 
more  easily  done  wdth  a combined  battery,  as  one  or  more  cells  can  be 
connected  at  pleasure. 

When  connected  with  one  cell  the  magnet  will  lift  300  grains j by 
adding  six  cells,  720  grains. 

GiTd7ie't^ s TelephoJitc  J3ullct  1^7’obe. — The  telephonic  bullet  probe  (Fig. 


Fig.  igB. — GIrdner’s  Telephone  Bullet  Probe. 


198),  devised  by  Dr.  John  H.  Girdner,  of  this  city,  is  an  instrument  of 
precision  for  locating  bullets  and  other  metallic  masses  lodged  in  the 
human  body.  It  is  unique  in  the  fact  that  the  electric  current  which  oper- 
ates it  is  derived  from  the  body  of  the  patient  operated  upon ; no  other 
battery  is  used. 

A simple  battery  is  made  of  the  patient’s  body  by  placing  a piece  of 
metal  in  the  buccal  cavity,  rectum,  or  vagina,  which  is  different  from  that 
to  be  located.  From  this  piece  of  metal  a conductor  leads  to  a specially 
con.structed  telephone  receiver;  the  other  conductor  from  the  receiver  ter- 
minates in  a probe  of  the  same  metal.  When  the  probe  touches  the  sec- 
ond metal,  which  is  the  substance  sought  for  in  the  wound,  the  battery  is 
complete  and  a current  passes  through  the  receiver,  causing  a clicking, 
grating  sound  in  it. 

The  cut  shows  the  instrument  ready  for  use,  and  the  following  is  a de- 
scription of  its  construction  and  77iodus  opera7uii: 
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To  each  of  the  binding  posts  of  the  receiver  attach  one  end  of  each  of 
the  conducting  wires,  D,  D.  To  the  free  end  of  one  of  these  wires  attach 
the  bulb  A,  to  the  free  end  of  the  other  attach  the  probe  handle  B,  and  in 
the  slot  of  the  handle  place  the  probe  or  needle  to  be  used;  be  certain  all 
binding  posts  are  tightly  screwed  and  electric  contact  perfect  at  each  joint, 
and  the  instrument  is  ready  for  use. 

Place  the  bulb  A in  the  patient’s  mouth,  z.e.,  between  the  teeth  and  the 
cheek,  in  the  buccal  cavity;  it  may  also  be  placed  in  the  rectum  or  va- 


Fig.  199.— Method  of  Using  the  Telephone  Bullet  Probe. 

gina,  taking  care  that  the  lips  are  kept  closed  so  the  moisture  in  the  mouth 
makes  a perfect  electric  contact  between  the  bulb  and  cheek.  The  opera- 
tor holds  the  receiver  to  his  ear  with  one  hand,  as  when  listening  in  a 
speaking  telephone,  while  with  the  other  hand  he  passes  the  probe,  JS, 
into  the  wound  in  search  of  the  bullet  (Fig.  199). 

Nothing  will  be  heard  in  the  receiver  as  the  probe  passes  to  the  va- 
rious parts  of  the  wound  until  the  bullet  is  touched;  then  there  will  be 
heard  a distinct  rasping,  grating,  or  clicking  sound  in  the  receiver,  and 
you  know  certainly  that  the  probe  has  located  the  missile. 

The  slightest  touch  of  the  probe  with  the  bullet  produces  the  loudest 


586 


ELECTRO-SURGERY. 


sound  in  the  receiver;  continuous  contact  of  the  probe  with  the  bullet  pro- 
duces a continuous  current,  and  hence  no  sound  in  the  receiver,  except  a 
single  click  at  the  first  contact  of  the  probe  with  the  bullet.  The  inter- 
rupted current,  produced  by  making  and  breaking  the  contact  when  the 
probe  is  gently  passed  over  the  little  irregularities  on  the  surface  of  the 
bullet,  is  what  produces  the  sound  in  the  receiver  at  the  ear.  The  ear 
should  be  trained  to  use  the  instrument  by  experiments  as  follows : Place 
the  bulb,  A,  in  the  buccal  cavity  of  an  assistant,  and  after  thoroughly 
wetting  one  of  his  hands,  place  in  that  hand  a piece  of  lead  large  enough 
to  enable  him  to  grasp  it  firmly;  then  the  operator  holds  the  receiver  to 
his  ear  with  the  left  hand  as  when  listening  to  conversation  in  an  ordi- 
nary telephone;  taking  the  probe  in  his  right  hand,  he  passes  it  gently 
over  the  flesh  of  the  hand  and  the  finger-nails.  He  will  get  no  response 
whatever  in  the  receiver  until  the  probe  touches  the  lead  in  the  assistant’s 
hand;  then  he  hears  a distinct  and  characteristic  grating  or  clicking 
sound.  The  slightest  touch  of  the  probe  to  the  lead  produces  the  charac- 
teristic response  in  the  receiver.  The  hand  holding  the  lead  must  be 
kept  wet  to  insure  perfect  electric  contact  and  to  overcome  the  resistance 
of  the  skin  to  the  current,  or  the  instrument  will  not  work. 

Py  experimenting  in  this  way  the  ear  becomes  trained  so  there  is  no 
trouble  in  detennining  the  presence  or  absence  of  a bullet  in  a wound 
probed. 

Both  a steel  and  aluminum  bulb,  and  insulated  aluminum  probes,  and 
tempered  steel  needles  accompany  each  instrument. 

When  the  aluminum  bulb  is  used,  a probe  of  similar  metal  must  also 
be  used;  but  in  cases  where  the  course  of  the  bullet  has  been  so  tortuous, 
or  the  track  it  made  has  healed  so  that  it  cannot  be  followed  by  the  probe, 
the  steel  needle  must  be  thrust  through  the  tissues  in  various  directions 
in  search  for  it;  in  such  a case  the  steel  bulb  must  be  used,  not  the 
aluminum  one. 

Hydro- Electrization. — We  * have  devised  a method  of  applying  elec- 
tricity by  means  of  a continuous  stream  or  jet  of  water  flowing  from  a 
metallic  tube — or  one  that  has  a metallic  orifice — connected  with  one 
pole,  w'hile  the  body  of  the  patient  is  in  any  convenient  way  con- 
nected w'ith  the  other.  A jet  or  stream  of  water,  so  long  as  it  is 
not  broken  into  spray,  will  conduct  the  current  from  one-eighth  of 
an  inch  to  one  or  two  inches  from  the  orifice,  according  to  the  size 
of  the  stream,  to  any  part  where  it  may  be  applied.  Contractions  of 
muscles  and  all  the  effects  of  ordinary  localized  electrization  may  be 
thus  produced. 

This  method  of  electrization  is  adopted  for  those  localities  where,  on 
account  of  the  natural  sensitiveness  or  from  the  nature  of  the  disease, 

*“  Further  Study  of  Electro- Anaesthesia,”  etc.  Transactions  American  Electro- 
Therapeutic  Association,  September,  1893. 
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ordinary  electrodes,  by  their  mechanic  irritation,  cause  unbearable  pain, 
or  where,  for  anatomical  reasons,  they  cannot  be  applied. 

For  supplying  a continuous  stream  of  water  we  use  an  ordinary  stiff 
rubber  bag,  which  is  filled  with  water  in  the  usual  way,  by  first  compress- 
ing the  sides  and  exhausting  the  aii  Connected  with  this  bag  we  use 
silver  tubes  of  various  shapes  and  sizes,  provided  with  small  thumb-screws 
for  making  the  connection  with  the  battery,  and  either  insulated  or  non- 
insulated,  according  to  the  special  purpose  at  hand. 

The  various  douches  that  are  used  for  the  cavities  of  the  body  may  be 
utilized  for  the  same  purpose,  provided  the  leather  tubes  are  lined  with 


Fig,  200.— Electrode  for  Vaginal  Hydro-Electric  Applications  (Cleaves.) 


spirals  of  wire,  to  keep  up  the  connection  of  the  current,  or  the  tubes  are 
composed  of  metal  and  insulated. 

On  this  principle,  and  in  order  to  meet  the  same  therapeutic  indica- 
tions for  which  ordinary  electrization  is  employed,  applications  may  be 
made  to  the  external  auditory  canal,  and,  in  many  cases  of  rupture  or 
ulceration  of  the  membrana  tympani,  to  the  middle  ear,  by  a straight, 
insulated  tube,  or  by  the  ear  douche;  to  the  conjunctiva  by  a single  tube 
or  by  the  ear  douche;  to  the  nasal  passages  by  the  nasal  douche  or  metal- 
lic posterior  nasal  syringe;  to  the  pharynx  and  naso-pharyngeal  space  by 
a properly  curved  tube ; to  the  stomach  by  the  stomach  douche,  such  as 
has  been  used  by  Floss,  of  Leipsic,  or  by  the  stomach  pump;  to  the  blad- 
der by  the  bladder  douche;  to  the  vagina  and  os  by  the  vaginal  douche; 
and  to  the  cavity  of  the  uterus  by  the  uterine  douche;  to  the  cavities  of 
opened  abscesses,  to  stumps  that  are  slow  to  heal,  and  finally  to  all  irrit- 
able ulcers,  wherever  situated. 

Either  the  galvanic  or  the  faradic  current  may  be  used.  Warm  water 
conducts  better  than  cold,  and  is  therefore  preferable,  except  for  those 
cases  where  the  tonic  effects  of  cold  are  indicated.  The  conducting  power 
of  the  water  is  also  increased  by  the  addition  of  common  salt,  and  various 
medicinal  substances  which  are  ordinarily  used  for  the  treatment  of  the 
conditions  for  which  hydro-electrization  is  indicated,  and  may,  therefore. 
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be  properly  combined  with  it.  Boudet  and  Larat,* * * §  Cleaves, f and 
Headley  J have  had  extensive  and  favorable  experience  in  this  method  of 
treatment.  Fig.  200  is  an  electrode  for  vaginal  hydro-electric  applications 
devised  by  Cleaves.  In  this  and  in  all  electrodes  for  external  or  internal 
use  the  water  in  every  instance  becomes  the  electrode,  and  by  using 
medicated  solutions  and  platinum  wire  for  the  positive  pole  the  contriv- 
ance becomes  a veritable  cataphoric  douche.  The  amount  of  cataphoric 
transfer  depends  upon  the  strength  of  the  current. 


CATAPHORESIS. 

The  introduction  of  drugs  or  medicaments  of  any  kind  into  the  human 
body  has  been  termed  cataphoresis — a property  of  current  purely  physical 
and  in  no  sense  electrolytic.  In  electrolysis  either  pole  is  employed  for 
electrolytic  effects,  but  in  cataphoresis  only  the  positive  pole  or  anode  for 
cataphoric  effects;  the  process  is  therefore  in  every  sense  an  anodal  dif- 
fusion. 

Dr.  B.  W.  Richardson  § seems  to  have  been  the  first  to  investigate  the 
subject  by  using  a solution  of  morphine  on  the  anode  and  producing  a 
local  anaesthesia.  These  were  followed  by  other  experiments  equally 
successful,  but  as  a practical  measure  the  method  soon  fell  into  disuse, 
until  reintroduced  in  1886  by  Wagner  ||  and  Adamkiewicz.^ 

In  this  country  the  revival  of  this  interesting  method  of  procedure  was 
due  in  great  measure  to  the  labor  of  Dr.  Frederick  Petersen,**  who  in 
1888-89  experimented  largely  to  establish  the  fact  or  fallacy  of  anodal 
diffusion. 

The  fact  that  by  means  of  cataphoresis  medicated  solutions  may  be 
made  to  penetrate  the  skin  so  as  to  produce  absorption  and  local  anaes- 
thesia, has  since  been  confirmed  by  the  experience  of  many  observers. 
The  practical  application  of  anodal  diffusion  is  simplicity  itself.  Upon 
the  positive  electrode  is  dropped  the  solution  to  be  absorbed,  and  the  ap- 
plication made  directly  to  the  locus  tnorbt.  Platinum  or  gold  are  to  be 
preferred  for  the  positive  electrode,  as  they  are  absolutely  non-oxidizable, 
but  these  metals  are  expensive,  and  as  the  necessary  strength  of  current  is 
not  great,  an  ordinary  nickel-covered  surface  will  do  very  well.  Block 

* Revue  d’Electrotherapie,  October  and  November,  1892. 

f Journal  of  the  American  Medical  Association,  July  6th  and  13th,  1895. 

X “Hydro-electric  Applications.” 

§ “Voltaic  Narcotism,”  Medical  Times  and  Gazette,  February  12th  and  June  25th, 
1859. 

I Wiener  med.  Presse,  1886,  S.  212. 

IF  Neurolog.  Centralbl.,  Pd.  v.,  S.  219-497, 

**  New  York  Med.  Jour.,  August  27th,  1889.  New  York  Medical  Record,  January 
31st,  1891. 
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tin  is  non-oxidizable  by  ordinary  currents,  and  used  with  the  smaller  sizes 
of  the  disc  electrode  (Figs  158,  159)  answers  every  purpose. 

Accuracy  of  dosage  is  essential  and  easily  attained.  A piece  of  ab- 
sorbent cotton  or  tissue  paper  is  cut  so  as  to  fit  the  metal  electrode,  and 
upon  this  is  dropped  the  solution  to  be  used,  and  whether  it  be  cocaine, 
strychnine,  atropine,  or  any  one  of  many  drugs  that  can  thus  be  utilized, 
accuracy  is  assured.  Pharmacists  now  prepare  medicated  cataphoric  discs 
of  the  various  remedies  used  by  this  method.  The  current  strength  neces- 
sary varies  from  3 to  20  milliamperes,  according  to  the  size  of  the  elec- 
trode and  the  thoroughness  of  effect  desired.  Petersen  has  employed 
helleborin,  strychnine,  aconitine,  chloroform,  and  cocaine  (ten  to  twenty 
per  cent),  the  latter  without  any  constitutional  results.  In  our  own  ex- 
perience, however,  alarming  symptoms  in  one  case  supervened  during  the 
process  of  cataphoresis  with  a much  smaller  dose  of  cocaine.  Its  greatest 
field  of  usefulness  is  in  maladies  of  the  skin  and  mucous  membranes,  or 
of  immediately  subjacent  tissues. 

In  persistent  supra-orbital  neuralgia  cocaine  thus  used  gives  relief  for 
from  four  to  ten  hours,  but  does  not  cure  neuralgias  of  peripheral  origin. 
It  w'as  used  for  diagnostic  purposes  in  a case  of  idiopathic  neuralgia  of 
central  origin,  and  as  expected  afforded  no  relief.  Chloroform  causes 
dermatitis,  and  should  be  used  only  when  counter-irritation  is  desired  in 
conjunction  with  transitory  anaesthesia.  Petersen  has  employed  chloroform 
cataphoresis  in  one  case  of  cervical  neuralgia  with  good  effect.  Helle- 
borin and  aconitine  have  also  been  used  successfully,  but  the  latter,  while 
it  gives  rise  to  analgesia,  also  causes  painful  smartings  and  burning,  un- 
less combined  with  a cocaine  solution.  In  its  application,  it  is  some- 
times useful  to  prepare  the  skin  a little  before  treatment  by  rubbing  with 
ether,  to  dissolve  the  oil  globules. 

There  can  be  no  doubt  that  the  effects  of  the  galvanic  current  upon 
nutrition  are  in  part  due  to  the  cataphoric  transfer  of  molecules  of  proto- 
plasm and  liquid  from  one  cell  to  another,  or  from  a cell  to  a capillary 
vessel  in  the  path  of  the  anodal  stream;  and  since  the  diffusion  takes 
place  more  readily  and  more  quickly  in  direct  proportion  to  the  current 
strength,  it  behooves  us  to  employ  as  many  milliamperes  as  feasible  in 
our  galvanization  of  the  atrophied  and  paralyzed  extremities  of  poliomye- 
litis, chronic  neuritis,  and  peripheral  nerve  trauma.* 

Morton, f by  a method  which  he  designates  “anaemic  cataphoresis,” 
causes  the  drug  to  act  on  that  part  alone  for  which  it  is  intended.  This 
he  accomplishes  by  cutting  off  the  blood  stream  in  the  part  to  be  treated, 
by  means  of  an  Esmarch  bandage,  or  by  a rubber  ring,  especially  for 
the  fingers,  after  the  fashion  of  an  umbrella  ring,  and  then  treating  by 
cataphoresis. 

* Annual  of  the  Universal  Medical  Sciences,  vol.  v.,  1892. 
f New  York  Med.  Journal,  April  25th,  1892. 
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By  means  of  the  anaemic  method  of  cataphoresis,  the  medicine  em- 
ployed, or  some  electrolytic  modification  of  it,  comes  in  direct  contact 
with  the  affected  tissue,  and  remains  for  a considerable  time  in  relation 
with  it. 

McGuire  * reports  good  results  in  the  use  of  iodine  by  cataphoresis  in 
the  treatment  of  ordinary  goitre. 

The  idea  of  cocaine  cataphoresis  as  a diagnostic  method  was  sug- 
gested by  Dr.  M.  A.  Starr,  for,  while  it  relieves  neuralgias  of  peripheral 
origin,  it  has  no  effect  whatever  on  pains  which  “ owe  their  origin  to 
lesions  far  back  of  the  point  to  which  the  electrode  is  applied,  as  in 
disease  of  the  Gasserian  ganglion,  or  the  idiopathic  neuralgias  of  central 
origin.’^ 

* Therapeutic  Gazette,  August,  1892. 
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CHAPTER  I. 


THE  ROENTGEN  OR  X-RAYS. 

Like  so  many  other  discoveries  of  great  import,  the  discovery  of 
the  X-Ray  was  accidental.  Long  interested  in  the  phenomena  of  cathode 
rays,  Roentgen  proposed  to  supplement  the  researches , of  Hertz  and 
Leonard  by  studies  of  his  own.  While  working  with  an  induction  cur- 
rent of  high  tension  and  a Crookes  tube  which  fortunately  possessed  an 
extremely  high  vacuum  and  was  covered  with  a black  card-board  shield, 
a piece  of  barium  platiocyanide  paper  lay  on  the  adjacent  bench. 

Across  this  paper  a peculiar  black  line  appeared.  The  effect  could 
only  be  explained  by  the  passage  of  light,  and  the  shield  covering  the 
tube  was  impervious  to  any  light  known.  He  investigated,  assuming 
that  the  influence  must  have  come  from  the  tube,  since  its  effect  indi- 
cated that  it  could  come  from  nothing  else,  he  tested  it.  In  a few 
moments  there  was  no  doubt  about  it ; rays  were  coming  from  the  tube, 
which  had  a luminescent  effect  upon  the  paper.  He  tried  it  success- 
fully at  greater  and  greater  distances,  even  at  two  metres.  It  seemed 
at  first  a new  kind  of  invisible  light.  He  concluded  that  the  rays  were 
neither  light  nor  electricity,  and  having  discovered  their  existence  and 
their  source,  set  out  to  see  what  they  would  do.  He  found  they  pos- 
sessed a penetrative  power  unknown  before;  that  they  passed  with  ease 
through  paper,  wood  and  cloth;  that  he  could  see  through  a book  of  a 
thousand  pages;  that  he  could  photograph  brass  weights  in  a closed 
wooden  box,  coin  in  a leather  purse,  the  needle  of  a compass  through 
its  case;  and  since  the  rays  had  this  great  penetrative  power,  it 
^‘seemed  natural  that  they  should  penetrate  flesh,”  and  this  he  proved 
by  interposing  his  own  hand.  His  experiments  and  surmises  he  care- 
fully discussed  in  his  now  famous  report  to  the  Physico-Medical-Society 
of  Wurtzburg,  December  1895— a report  so  deliberate,  exact,  and  scien- 
tific in  character  as  to  leave  no  room  to  doubt  either  its  truth  or  its 
importance. 

The  studies  and  steps  which  led  to  Roentgen’s  truly  magnificent  dis- 
covery of  rays  by  which  he  was  able  to  see  through  opaque,  organic 
substances,  and  to  record  images  upon  sensitized  plates,  began  with 
Faraday  in  1838.  They  were  brought  forward  in  brilliant  succession 
by  Maxwell  and  Hertz,  the  greatest  physicists  of  our  century,  and  chiefly 
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to  the  work  of  these  three  men,  supplemented  by  Philip  Leonard  with 
his  remarkable  high  vacuum  tubes,  we  owe  the  demonstration  of  the 
existence  of  the  X-Rays. 

JV/iat  are  Roentgen  This  question  can  be  answered  only  in 

a general  way.  They  are  of  course  one  of  the  manifestations  of  univer- 
sal force  and  are  intimately  associated  with  electrical  phenomena.  So 
far  as  known  every  form  of  energy  is  made  up  of  oscillations  of  a trans- 
mitting medium,  and  these  oscillations  or  vibrations  are  either  trans- 
verse or  longitudinal.  “When  we  look  through  the  little  universe  that 
we  know,”  says  Kelvin,  “ and  think  of  the  transmission  of  electric  force^ 
and  of  light,  we  have  no  right  to  assume  that  there  may  not  be  some- 
thing else  that  our  philosophy  does  not  dream  of.”  The  something  else 
to  which  reference  was  made  was  the  longitudinal  vibration  in  the  ether 
remarked  by  Roentgen,  and  of  which  Lord  Kelvin  finally  said ; “ The 
want  of  indications  of  any  such  actions  is  sufficient  to  prove  that  if 
there  are  any  in  nature  they  must  be  exceedingly  small,  but  that  there 
are  such  waves  I believe.”  The  general  spectrum  represents  only  trans- 
verse vibrations  which  are  arranged  in  series  according  to  their  rapidity 
and  wave  lengths. 

The  X-Ray  being  a form  of  energy  entirely  different  from  all  known 
forms,  Roentgen  was  at  first  inclined  to  believe  that  they  consisted  of 
longitudinal  waves  in  the  ether.  Now,  however,  the  pievailing  view 
is  that  this  new  force,  like  the  ultra  violet  end  of  the  spectrum,  consists- 
of  transverse  ether  vibrations  of  such  short  wave  length  and  enoi- 
mously  high  frequency  as  to  give  them  their  peculiar  and  unique  power. 

Another  suggestion  is  that  the  rays  are  lines  of  magnetic  force,  and 
still  another  that  particles  of  matter,  immeasurably  more  minute  even 
that  the  hydrogen  atom,  are  propelled  through  the  vacuum  of  the  tube, 
with  incredible  velocity,  bombard  its  inner  surface  and  are  forced  thiough 
the  glass  and  through  opaque  tissue  in  its  path. 

On  this  theory,  therefore,  it  has  been  suggested  that  the  actinic  action 
of  the  rays  on  plates  is  mechanical.  All  forms  of  radiation  are 
undoubtedly  only  manifestations  of  electro-magnetic  disturbances  of  the 
ether  Their  wave  lengths  vary  immensely  from  the  many  miles  of  the 
Hertzean  waves  to  the  1-60,000  of  an  inch  of  the  ultra  violet  waves 
but  they  all  travel  with  the  same  velocity,  and,  with  the  exception  o 
the  X-Rays,  are  all  capable  of  being  deflected  by  the  magnet. 

It  was  reserved  for  Leonard,  in  1894,  to  come  nearer  than  any  other 
experimenter  to  the  discovery  of  the  X-Rays.  In  his  expenments  wi 
the  cathode  ray,  discovered  in  1869  by  Hitoof  and  examined  in  turn 
by  Goldstein,  Varley,  Crookes  and  Hertz,  Leonard  replaced  a small 
part  of  the  glass  wall  of  a Crookes  tube  with  a window  of  aluminum 
film,  through  which  ordinary  light  could  not  pass,  but  through  which 
the  cathode  rays  went  out  into  the  surrounding  air,  penetrating  it  to  a 
distance  of  about  three  inches  and  spreading  in  all  directions  fiom  the 
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window  as  a centre.  Their  presence  in  the  air  was  shown  by  a faint 


would  penetrate  thin  films  of  aluminum,  wood,  and  other  substances, 
and  produce  photographic  effects  beyond,  but  the  tubes  with  which  he 
worked  were  of  too  low  vacuum.  Roentgen  increased  the  vacuum  and 
demonstrated  that  during  an  electric  discharge  through  it,  other  rays 
are  set  free,  of  essential  difference  in  kind,  being  entirely  uneffected  by 
the  strongest  magnet,  and  of  incomparably  greater  range  and  power. 

The  X-Ray  Outfit— k satisfactory  equipment  for  X-Ray  work  neces- 
sities: I St.  A vacuum  or  Crookes  tube.  2nd.  A static  machine  or 

an  induction  coil  for  exciting  the  tube.  3rd.  A fluoroscope.  4th.  A 
photographic  plate. 

First.  The  vacuum  tube.  Apart  from  the  rays  themselves,  the  great- 
est interest  attaches  to  the  prison  cell  in  which  they  originate.  Fara- 
day studied  discharges  of  electricity  across  a space  containing  rarefied 
air  within  a glass  vessel. 

Geissler  made  such  advances  over  his  predecessors  in  the  construc- 
tion of  apparatus  for  showing  electric  discharges  through  rarefied  air 
that  the  name  “Geissler  Tube”  rapidly  became  familiar  in  scientific 
literature.  Tubes  of  this  variety,  low  vacuum  tubes,  are  usually  ex- 
hausted to  about  one-thousandth  of  an  atmosphere,  and  contains  one 
of  the  rarefied  gases,  oxygen,  hydrogen,  carbonic  acid,  etc.,  each  exhibit- 
ing its  peculiar  characteristic  light  when  traversed  by  an  interrupted 
current  of  sufficiently  high  potential.  The  beautiful  and  inexplicable 
luminous  phenomena  observed  at  the  negative  bulb  of  the  tube  centered 
the  interest  in  the  cathode.  In  1879  Crookes  advanced  his  theory 
of  the  fourth  state  of  matter  (the  ultragaseous)  to  account  for  these  j 
cathode  rays,  and  devised  new  forms  of  apparatus  of  such  extraoi  di- 
nary interest  as  in  great  measure  to  supersede  the  work  of  Geissler  and 
others.  The  Crookes  high  vacuum  tube  or  bulb  is  exhausted  to  about 
one  millionth  of  an  atmosphere  more  or  less,  and  furnishes  a phenomi- 
num  of  fluorescence,  instead  of  the  banded  light  seen  in  the  Geissler 
tube.  It  manifests  another  singularity.  The  electric  stream  from  the 
negative  electrode  in  the  bulb  goes  out  in  straight  lines  to  the  opposite 
wall,  regardless  of  the  location  of  the  positive  electrode,  which  is  usually 
placed  at  an  indifferent  side  point.  The  vacuum  in  the  Crookes  tube 
may  also  be  raised  by  electric  means,  beyond  the  capacity  of  the  air 
pump,  and  to  so  high  a degree  of  rarefication  that  no  further  disrup- 
tion discharge  will  pass  through  it. 
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Owing  to  the  great  resistance  between  the  metallic  terminals  in  the 
tube  and  the  heavy  current  used  by  some  to  excite  the  Roentgen  rays, 
intense  heat  may  be  developed  in  the  process.  The  effectiveness  of  the 
tube  is  thus  impaired,  and  its  life  may  be  rapidly  destroyed  unless 


Fig.  203 — Single  Focus  Tube. 


certain  precautions  are  observed  by  the  operator.  Vacuum  tubes  vary 
in  their  shape  and  size. 

Some  are  spherical,  some  elliptical  and  some  pear-shaped. 


Fig.  204 — Double  Focus  Tube. 


They  may  be  of  either  single  or  double  focus.  The  single  focus  tubes 
contain  but  two  pieces  of  metal,  the  double  focus  three  pieces.  The 
single  focus  tubes  arc  in  most  common  use  and  are  to  be  preferred.  The 


Fig.  205 — Double  Focus  Self- Regulating  Tube. 

enclosed  metal  is  less  liable  to  be  affected  by  the  heat  generated  and 
the  definition  obtained  is  better  than  when  the  rays  are  projected  from 
two  sources. 
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The  construction  of  the  tube  is  simple.  At  one  end  is  a disc  of 
aluminum,  concave  in  form.  This  is  the  cathode.  t t e o 
small  piece  of  platinum,  the  anode,  at  an  angle  of  45  degrees  so  t . 

the  cathode  rays  are  focused  directly  upon  it. 

The  concave  shape  of  the  cathode  is  for  the  purpose  of  concentra- 
tincr  the  X-Rays.  This  necessarily  induces  heat  sufficient  to  fuse  the 
glass  if  they  impinged  directly  upon  it.  It  is  for  this  reason  that  the 
platinum  disc  is  used.  It  is  not  connected  with  the  glass  and  when 
heated  by  the  action  of  the  rays,  no  damage  to  the  tube  occurs. 

The  double  focus  tube  is  used  with  an  alternating  current,  the  single 

tubes  on  a direct  current. 

Vacuum  tubes  vary  considerably  in  their  resistance  to  the  passage 
of  the  current.  We  speak  of  low  and  high  tubes,  meaning  simply  that 
in  the  one  case  the  resistance  of  the  tube  is  low  and  in  the  other  ig  . 
These  terms  are  relative  and  have  given  rise  to  many  loose  and  un- 
satisfactory expressions  of  opinion  as  to  their  adaptability  to  tiera 
peutic  uses.  . With  increasing  use,  the  resistance  of  the  tube  increases 
until  finally  it  becomes  impervious  to  the  strongest  current,  which, 
unable  to  overcome  the  vacuum,  leaps  from  terminal  to  terminal  thioug 
the  external  air.  The  tube  therefore  must  be  neither  too  high  nor  too 
low  in  resistance.  If  too  low,  although  the  current  readily  passes  no 
X-Ray  is  generated.  If  too  high  no  X-Ray  is  produced  because  of  the 
inability  of  the  current  to  penetrate  the  tube.  There  are  various  ways 
of  lowering  a too  high  vacuum.  By  heating  the  tube  with  an  alcohol 
lamp  the  residual  particles  adhering  to  the  walls  of  the  tube  are  set 
free,  temporarily  lessening  the  resistance.  The  flame  should  be  kept 
constantly  moving  over  the  surface  of  the  tube,  and  as  it  becomes 
heated  the  current  will  begin  to  pass,  as  shown  by  the  cessation  of  the 
outside  sparking,  and  the  appearance  of  a greenish-yellow  light  in  the 
neighborhood  of  the  anode,  quickly  developing  into  a beautiful  greenish 
hue  filling  the  v/hole  tube. 

One  should  see  that  the  poles  are  always  properly  connected. 

The  anode  and  cathode  of  the  machine,  respectively  with  the  anode 
and  cathode  of  the  tube.  If  this  position  is  reversed  no  fluorescence  will 
be  observed  if  the  fluoroscope  is  turned  towards  the  tube,  and  the  phos- 
phoresence  will  be  of  an  entirely  different  color  from  the  characteristic 
hue  of  the  cathode  rays. 

When  however  the  vacuum  is  too  high,  this  reversal  will  sometimes 
lower  it  to  the  point  necessary  for  practical  use. 

There  are  bulbs  of  special  construction,  the  vacuums  of  which  become 
in  a way  self-lowering.  Auxiliary  connecting  bulbs  are  supplied  with 
some  chemical  material  which  when  heated  gives  off  a certain  amount 
of  vapor  that  lowers  the  resistance. 

The  tube  works  automatically,  for  when  the  resistance  becomes  too 
high  the  current  passes  through  the  auxiliary  tube,  vaporizing  the 
chemicals  and  reducing  the  resistance  of  the  tube  proper. 


6og 


ELECTRO-SURGERY. 


When  we  speak  of  the  life  of  the  tube  we  mean  the  period  of  satis- 
factory work.  It  may  become  temporarily  inefficient  as  has  been  indi- 
cated, but  if  it  is  not  punctured  or  burned  out  by  massive  currents, 
there  is  hardly  any  limit  to  its  active  life.  The  author  has  one  tube 
which  has  been  in  constant  use,  with  intervals 
of  rest,  for  more  than  five  years  and  is  still 
as  good  as  ever. 

If  used  only  occasionally,  a single  tube 
will  answer  every  purpose,  but  if  much  work  is 
done  a number  of  tubes  are  necessary  in  order 
that  each  may  be  given  a sufficient  interval 
of  rest. 

Tube  holders  are  of  various  shape  and  size. 

Fig.  206  represents  a common  type  of  adjust- 
able holder.  The  brass  adjustable  upright 
carrying  a pointed  electrode  that  goes  with 
the  static  machine  is  readily  utilized.  By  re- 
moving this  electrode  and  rcj)lacing  it  with 
the  tube  holder  we  have  an  adjustable 
arrangement  suitable  for  ajjplication  in  almost 
any  j)osition. 

Machines  for  Exciting  the  Tube. — To  excite 
the  vacuum  tube  one  may  use  a suitably  con- 
structed induction  coil  or  a static  machine.  No 
detailed  descripticjn  need  be  given  here  of 
either  of  these  two  forms  of  apparatus.  On 
page  54  will  be  found  a description  of  the  Ruhmkorf  coil,  which 
with  slight  modifications  is  the  kind  of  induction  coil  required, 
and  on  pages  12  and  351  the  static  machine  is  illustrated  and 
described.  The  essential  thing  is  to  supply  a potential  sufficiently  high 
to  overcome  the  enormous  resistance  of  these  practically  airless  tubes. 

This  is  readily  accomiilished  by  either  kind  of  machine,  and  specula- 
tion as  to  which  docs  the  better  work  is  (juite  unnecessary.  Either  kind 
does  perfect  work,  and  the  operator  will  be  quite  safe  in  using  the  one 
most  convenient  to  get.  There  are,  however,  some  things  to  be  con- 
sidered in  the  purchase  of  an  exciting  apparatus.  The  static  machine 
is  stationary,  while  the  induction  coil  is  readily  portable,  an  advantage 
over  the  static  which  to  some  might  be  decisive. 

Another  advantage  is  that  it  is  in  no  way  affected  by  the  weather 
as  is  the  static  machine,  although  it  should  be  said  that  with  improved 
methods  we  now  have  little  difficulty  with  the  latter.  These  high  poten- 
tial induction  coils,  on  the  other  hand,  are  entirely  useless  for  the  thera- 
peutic purposes  in  general,  while  the  static  machine  will  prove  of  the 
greatest  value,  and  he  who  possesses  it  can  use  it  not  only  for  X-ray 
generation  but  in  the  treatment  of  many  diseases.  While  the  continu- 
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Fig.  206. 

Adjustable  Tube-Holder. 
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Fig.  207. — Static  Machine  for  General  Theapeutic  and  X-Ray  Work, 
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Fig.  208. — Induction  Coil  connected  with  vacuum  tube  and 
with  regulator  H for  lowering  or  raising  -the 
resistance  of  the  tube  at  will. 
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Fig.  209 — The  tube  and  vacuum  regulator  connected  with  the  prime 
Conductors  of  a Static  Machine.  The  vacuum  is  regulated 
by  properly  adjusting  the  rod  or  piston  H. 
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ous  discharge  from  a static  apparatus  can  be  used  to  excite  the  tubes, 
it  cannot  always  be  relied  upon,  nor  can  we  satisfactorily  vary  the 
amount  of  light. 
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Fig.  210. — Multiple  Interrupter. 


Every  machine  therefore  should  be  equipped  with  an  adjustable  spark 
gap,  or  interrupter,  which  not  only  insures  the  efficiency  of  the  machine, 
but  enables  us  to  utilize  tubes  of  lower  resistance  than  otherwise  would 


Fig.  211. — Scheidel's  Portable  Coil  with  Battery. 

be  possible.  A practical  point  in  connection  with  the  use  of  the  static 
machine  in  X-ray  work  is  its  unaccountable  tendency  to  change  its 
polarity.  Before  connecting  the  tube,  therefore,  one  must  be  sure  which 
is  the  positive  and  which  the  negative  pole  of  the  machine.  There  are 
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various  ways  of  determining  this,  but  the  simplest  is  by  the  color  of 
the  electric  discharge  between  the  small  balls  at  the  ends  of  the 
discharging  rods. 


Fig.  212.— Patients’  Table. 


It  will  be  observed  that  the  broadest  band  of  white  in  the  other- 
wise jiurple  stream  between  the  two  balls  is  next  the  positive  pole. 
At  the  positive  pole,  again,  the  electric  discharge  will  follow  the  point 
of  a jhece  of  wood  when  drawn  over  the  surface.  At  the  negative  pole 
the  discharge  is  not  affected  by  this  test. 

The  F/uoroscope.—  l'\\c.  fluoroscope  (Fig.  213)  is  a box  of  pyramidal 
form,  the  inner  side  of  the  base  of  which  is  a fluorescent  scieen  made 


Fig.  213 — Fluoroscope,  with  Barium-Platino- 
Cyanide  Screen. 


of  crystals  of  tungstate  of  calcium  or  preferably  of  platino-barium 
cyanide.  The  other  end  is  open,  and  if  the  eyes  are  pressed  into  t us 
opening,  all  is  darkness. 
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No  ordinary  light  can  penetrate.  If,  however,  the  box  is  turned  m 
the  direction  of  a vacuum  tube  from  which  the  X-rays  are  streaming, 
the  screen  at  the  base  becomes  fluorescent.  This  fluorescence  is  visible 
at  the  distance  of  many  feet.  A piece  of  wood  or  a book  placed  between 
the  tube  and  the  screen  fail  to  intercept  the  light,  and  if  the  hand  is 
substituted,  it  is  penetrated  by  the  rays,  and  the  bony  skeleton  becomes 

distinctly  outlined.  . „ , • vu 

We  thus  have  at  our  command  a means  of  rapidly  locating  with 

approximate  exactness  foreign  bodies  in  every  region  of  the  human  body. 
The  skiograph  affords  a single  view  only,  but  by  this  method  the  views 
obtainable  are  as  numerous  as  the  positions  that  the  patient  can  as- 
sume. As  a diagnostic  agent  in  pathological  conditions  its  uses  are 
varied  and  often  most  exact.  A few  of  the  conditions  in  which  its 
utility  has  been  tested  are  the  following : 

Tubercular  or  Syphilitic  Osteitis.— In  both  of  these  conditions  it 
is  most  useful  in  corroborating  what  the  ordinary  methods  of  diagnosis 
tell  us.  It  is  useful  in  emphysema,  pleurisy  and  pneumonia. 

Pleuritic  effusion  is  detectable  and  its  various  displacements  as  the 
patient  assumes  different  positions  are  readily  observable.  The  condi- 
tions characteristic  of  asthma  and  hydropneumothorax  and  thoracic 
aneurism  have  been  demonstrated,  while  the  information  given  in  frac 
tures,  and  especially  fractures  of  the  ribs,  greatly  aid  the  work  of  the 
surgeon. 

Congenital  malformations  are  at  once  revealed  and  in  dislocations 
where  swelling  and  oedema  prohibit  a diagnosis  by  the  usual  methods 
the  fluoroscope  accurately  determines  the  true  condition.  The  manifest  ad- 
vantage of  fluoroscopy  over  skiography  is  the  readiness  with  which 
one  can  get  information  of  hidden  conditions  without  waiting  for  photo- 
graphic development. 

A fluoroscopic  image,  however,  defines  much  less  clearly  than  a skia- 
gram. One  method  supplements  and  reinforces  the  other,  and,  used  in 
conjunction,  information  becomes  more  accurate  in  many  cases  than 
when  either  is  used  alone.  In  the  use  of  the  fluoroscope  as  in  all  other 
things  one  learns  by  experience. 

For  the  examination  a dark  room  is  preferable,  although  by  no 
means  essential.  It  is  no  difficult  matter  to  detect  densely  opaque  bodies, 
but  when  it  becomes  a question  of  congestions  inflammatory  deposits 
and  the  many  pathological  conditions  varying  but  slightly  in  density 
from  healthy  tissue,  training  and  skill  are  requisite. 

Delicate  shading  of  the  X-ray  is  necessary.  If  its  penetrating  power 
is  too  great  a deposit  or  congestion  may  be  absolutely  invisible,  while 
with  less  penetration  the  pathologic  changes  show  forth. 

The  Photographic  Plate.— \n  his  first  experiments  Roentgen  noted 
that  the  influence  of  the  invisable  X-rays  on  the  photographic  plate 
was  similar  to  the  effects  of  light.  From  this  has  grown  the  art  of 
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skiography.  To  produce  a skiograph,  any  good  plate  will  answer.  The 
Carbutt  has  served  the  author’s  purpose  well,  but  the  Stanley,  Cramer 
Hamer  and  others  are  probably  equally  good.  The  plates  should  be  well 
protected  and  preferably  kept  in  a room  other  than  the  operating- 
room.  If  kept  in  the  office  where  the  X-rays  are  generated,  it  is  well 
to  enclose  them  in  a metallic  box. 

After  a plate  has  been  exposed  it  should  be  put  again  in  the  box 
or  taken  from  the  room — since  a second  excitation  of  the  tube,  with 
the  plate  in  close  proximity  and  unprotected  would  destroy  the  work 
done. 

It  is  immaterial  what  kind  of  photographic  paper  is  used.  The  velox 
is  as  good  as  any,  gives  good  detail  and  requires  a shorter  exposure 
than  some.  Bromide  paper  can  be  used  instead  of  a plate,  but  the 
exposure  must  be  longer.  It  can,  however,  be  developed  like  an  ordi- 
nary negative  and  a picture  obtained  in  a much  shorter  time. 

Skiography,  Shadougraphy  or  Radiography,  as  they  have  been 
variously  called,  is  quiet  diflerent  from  photography.  The  pictures 
are  simply  shadow  pictures,  and  attention  is  called  to  the  fact  that 
in  a skiograi)h  we  have  transmitted  light,  in  a photograph  re- 
flected light,  a dilTercnce  to  be  borne  in  mind  in  order  to  obviate  errors 
in  seeking  the  location  of  foreign  bodies.  The  process  of  taking  an 
X-ray  picture  is  very  simple  and  its  details  easily  mastered.  The 
part  to  be  taken  is  pressed  against  the  sensitized  plate,  and  then  ex- 
j)Osed  to  the  direct  radiation  from  the  tube. 

Points  of  especial  importance  in  the  technique  of  skiography  are  the 
relative  jiositions  of  the  patient,  the  photographic  or  sensitized  plate 
and  the  vacuum  tube.  When  an  ojjaque  body  intercepts  the  ordinary 
rays  of  light,  a shadow  is  cast,  and  the  size  of  the  shadow  varies,  ac- 
cording to  the  distance  between  the  source  of  light,  the  object,  and  the 
surface  upon  which  the  shadow  is  thrown.  The  same  principle  prevails 
in  skiography,  and  if  the  adaptation  of  distance  is  imperfect  we  will 
get  a more  or  less  imperfect  picture  both  in  size  and  definition.  In  ad- 
justing distances  it  should  be  remembered  that  it  is  the  anode,  the 
focus  point  of  the  tube,  that  is  the  important  point  of  the  tube,  and 
moreover  the  adjustment  should  be  such  that  the  rays  go  out  in  per- 
pendicular lines  striking  the  very  center  of  the  plate.  The  distance  of 
the  vacuum  tube  from  the  object  to  be  skiographed  can  be  stated  only 
in  a general  way.  It  will  vary  with  the  thickness  of  the  tissues,  and 
in  reality  it  is  the  photographic  plate  on  which  the  shadows  are  shown 
that  is  to  be  considered  in  estimating  distances.  The  distance  will 
vary  moreover  with  the  efficiency  of  each  individual  equipment  and  the 
length  of  exposure. 

It  is  seldom  well  or  necessary  to  place  the  tube  nearer  than  four 
inches,  or  at  a distance  greater  than  two  feet  from  the  body  of  the 
patient.  In  taking  skiographs,  therefore,  of  the  thicker  portions  of  the 
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body  the  tube  will  often  be  at  a distance  of  three  feet  or  more  from  the 
photographic  plate.  The  time  of  exposure  necessarily  varies  also,  for 
no  two  operators  using  different  equipments  would  agree  absolutely  as 
to  the  time  required.  With  improved  appliances  and  technique,  the  time 
exposures  have  been  very  much  shortened,  so  that  some  confidently  as- 
sert that  in  the  future  we  shall  have  at  our  command  sensitized  plates 
sufficiently  rapid  to  X-ray  as  to  reduce  the  time  of  exposure  to  the  time 
now  considered  sufficient  in  photography — seconds  rather  than  minutes. 

The  following  table  of  time  exposures  is  given  by  Williams  in  his 
work  on  Roentgen  rays  as  approximately  correct.  He  bases  it  upon  a 
distance  of  the  tube  from  the  plate  of  twenty-six  inches  : 

Hands  and  feet,  about  2 minutes. 

Forearm  and  ankle,  about  3 to  4 minutes. 

Elbow,  leg  and  arm,  about  4 minutes. 

Knee  and  thigh,  about  4 to  5 minutes. 

Chest,  about  4 to  5 minutes. 

Shoulder,  about  5 minutes. 

Head,  about  5 minutes. 

Kidney,  about  4^  to  7 minutes. 

Hip,  about  5 to  8 minutes. 

Each  operator,  knowing  the  power  of  his  own  machine  and  the  char- 
acter of  his  tubes,  will  soon  find  out  his  limits  of  distance  and  time  of 
exposure. 


CHAPTER  II. 


THE  X-RAY  IN  DIAGNOSIS. 

In  the  art  of  recognizing  the  presence  of  disease,  difficult  or  im- 
possible to  detect  by  ordinary  methods,  of  diagnosticating  obscure 
dislocations  and  fractures  and  of  locating  foreign  bodies  buried  in  the 
depths  of  the  tissues,  the  X-ray  is  both  important  and  indispensable. 

Fluoroscopy  and  skiography,  either  alone  or  in  combination,  one 
method  strengthening  the  other,  have  opened  up  fields  of  research  and 
of  practical  utility  little  dreamed  of  at  the  time  when  Spies  of  Berlin 
first  made  a picture  of  a man’s  hand  in  which  something  had  caused 
j)ain  for  years.  The  negative  disclosed  a small  piece  of  glass,  which 
was  immediately  extracted.  While  by  fluoroscopy  one  can  detect  any 
concealed  object  as  readily  as  when  pictured  upon  the  photographic 
plate,  it  is  less  available  as  an  aid  to  surgical  interference  than  the 
permanently  visible  impression  of  the  skiogram.  In  practicing  the  former 
great  deliberation  is  essential.  The  retina  must  become  adapted  to 
the  darkness  as  we  peer  into  the  truncated  fluoroscopic  box  from  which 
all  light  has  been  excluded.  The  lluoroscope  should  be  pressed  firmly 
upon  the  part  to  be  explored,  and  its  position  be  such  that  the  rays 
focused  from  the  anode  of  the  tube  shall  fall  in  a perpendicular  line 
and  pass  directly  through  the  object  to  the  phosphorescent  screen  of 
the  box.  In  this  way  blurring  and  distortion  of  the  shadow  do  not 
so  readily  occur.  If  the  shadowy  outlines  are  indistinct  and  unsatis- 
factory, one  can  usually  improve  the  relationships  by  removing  the 
tube  further  away,  or  increasing  its  proximity  to  the  object  according 
to  the  necessities  of  the  case. 

When  the  view  becomes  satisfactory,  the  lluoroscope  must  be  kept 
in  a fixed  position  without  movement  up  or  down  to  this  side  or  that. 
A large  screen  hung  in  a dark  room,  and  on  which  the  rays  aie  thrown, 
has  its  advantages,  and  when  still  finer  details  are  desired,  this  method 
of  fluoroscopy  can  be  utilized  with  but  little  trouble.  In  the  use  of 
skiography  in  diagnosis  one  can  himself  develop  his  plates,  or  send  them 
to  a photographer  if  there  is  no  need  of  haste.  As  the  development  of 
X-ray  plates  calls  for  processes  similar  to  those  in  ordinary  photography 
the  reader  is  referred  for  instruction  to  the  descriptions  elsewhere  readily 
available. 
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Localizing  Foreign  Bodies.— Yox€\g,rv  bodies  such  as  metal,  glass, 
etc.,  whose  shadows  are  deep  compared  with  the  shadows  of  ordinary 
tissue,  are  readily  detected  by  X-ray  examination. 

It  is,  however,  often  difficult  to  accurately  localize  such  bodies  with- 
out some  attention  to  the  details  of  technique,  and  this  applies  as  well 
to  pathological  conditions. 


Fig.  214. — Diastasis  In  Fracture  of  the  Olecranon. 

(Courtesy  6f  Dr.  Carl  Beck: — New  York  Medical  Journal.) 

How  shall  one  determine,  for  example,  whether  a bullet  in  the  chest 
is  located  anteriorly  or  posteriorly?  To  do  this  requires  two  separate 
examinations  with  the  fluoroscope  from  different  sides,  on  the  principle, 
that  the  sharper,  the  ore  distinct  the  shadow,  the  nearer  is  the  object 
to  the  part  covered  by  the  screen.  For  example,  with  the  tube  on  one 
side  of  the  patient  and  the  screen  on  the  other,  note  the  position  of  the 
shadow  on  the  screen. 
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Reverse  the  position  of  tube  and  screen,  and  again  note  the  definition 
of  the  shadow,  which  will  be  the  sharper  the  nearer  it  is  to  the  screen. 

For  locating  foreign  bodies  by  means  of  X-ray  photographs  various 
forms  of  localizers  have  been  designed  on  the  following  principle : 


Fig.  215.— Ideal  Union  in  Fracture  of  the  Olecranon,  shown  by 
Fig.  214,  three  weeks  after  the  injury. 

(Courtsey  of  Dr.  Carl  Beck:— New  York  Medical  Journal.) 

A board  upon  which  are  stretched  wires  well  inked  is  placed  on  a 
photographic  plate,  where  the  parts  to  be  skiagraphed  rests.  I he 
skin  is  thus  marked  with  ink  from  the  wires,  giving  lines  for  local- 
ization. Two  exposures  are  made,  the  tube  being  suspended  above  t le 
transverse  wires,  and  at  each  exposure  eciuidistant  from  a pom 
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directly  above  the  intersection  of  the  wires.  The  point  of  crossing  of  two 
threads  stretched  from  two  points,  indicating  the  two  positions  of  the 
tube,  to  the  images  on  the  plates,  indicates  the  position  of  the  foreign 
body. 

Fractures  and  Dislocations.— ^lo'S.t  fractures  are  readily  enough 
recognized  by  the  usual  methods,  but  in  some  instances  these  fail,  and 


Fig.  216. — Luxation  of  the  Knee  in  a Case  of  Chronic  Myelitis 
(Dr.  A.  D.  Roekweil). 

the  character  of  the  injury  is  determined  only  by  X-ray  examination. 
It  is  useful  also  in  settling  the  point  in  doubtful  cases  where  there  is  in 
reality  no  fracture.  It  is  believed  to  be  especially  valuable  in  oblique 
fractures  in  enabling  the  surgeon  to  watch  the  progress  of  union,  and 
to  at  once  note  and  thus  be  able  to  remedy  any  maladjustment  of  the 
parts,  however  slight.  To  simply  detect  the  existence  of  a fracture, 
a fluoroscopic  examination  is  in  general  quite  as  good  a method,  and 
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certainly  easier  and  quicker  than  skiography,  but  as  a guide  to  treat- 
ment in  complicated  and  difficult  cases  the  latter  method  is  far  prefer- 
able. The  special  value  of  X-ray  examination  is  illustrated  more  particu- 
larly in  fractures  in  the  neighborhood  of  joints,  and  of  the  phalanges 
and  metacarpal  bones.  These  latter  are  quite  liable  to  remain  undis- 
covered, and  it  is  recommended  that  all  severe  sprains  in  this  region 
be  subjected  to  X-ray  examination. 

Radiographs  from  two  points  of  view  in  fractures  and  dislocations 
are  often  essential.  If,  for  example,  the  fracture  be  simply  a slight  crack 
without  displacement,  the  fluoroscope  will  hardly  reveal  it,  and  it  may 


Fig.  217.— Congenital  Dislocation  of  the  Femur.  Operated  on  by  Professor  Lorenz 
at  Chicago.  (American  X-Ray  Journal.) 

escape  observation  if  only  a single  picture  is  taken.  A second  picture, 
however,  will  hardly  fail  to  reveal  the  crack  in  the  bone. 

In  dislocations  the  parts  are  often  so  tender  and  swollen  that  it  is 
impossible  to  detect  the  character  of  the  injury  without  painful  manipu- 
lation. The  X-ray  obviates  the  necessity  of  this,  and  shows  the  dislo- 
cation, its  nature  and  extent,  without  discomfort  to  the  patient. 

Moreover,  the  knowledge  gained  is  an  aid  in  its  reduction.  Fig.  216 
represents  a case  of  acute  myelitis  resulting  in  paraplegia  and  atrophy 
with  deformity.  The  skiograph  taken  shows  the  permanent  luxation  of 
the  knee. 
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Tuberculosis  Deposits— measure  of  the  value  of  X-raying  as  a 
diao'nostic  agent  in  pulmonary  tuberculosis  is  not  settled,  but  it  is 
believed  t have  value.  If  it  can,  as  some  assert,  show  changes  of 
density  before  physical  signs  are  present,  and  thus  forewarn  which  is  to 
forearm,  its  utility  will  be  great.  Williams,*  speaking  of  the  comparative 
value  of  the  fluorescent  screen  and  X-ray  photographs  in  early  tubercu- 
losis, says  : “ In  order  to  compare  the  results  obtained  by  an  X-ray 

photograph  of  the  chest  with  the  appearance  as  determined  by  the 
fluorescent  screen,  I have  used  both  methods  of  examination  in  some 
cases  in  the  same  patient,  in  an  early  stage  of  the  disease.  I made 
this  experiment  in  the  early  stage  advisedly,  because  in  the  later  stages 
we  have  so  many  ways  of  making  a diagnosis  that  X-ray  examina- 
tions are  only  useful  in  determining  the  progress  or  extent  of  the  disease. 

“In  some  of  the  patients  in  whom  I have  found  signs  in  the  apex 
of  one  lung  with  the  fluorescent  screen,  the  photograph  also  showed 
that  the  same  apex  was  darker  than  the  one  on  the  other  side. 

“On  the  other  hand,  in  certain  cases  where  I found  signs  by  the 
fluorescent  screen.  X-ray  photographs  showed  no  difference  between  the 
two  sides. 

“While  the  X-ray  photographs  show  clearly  that  the  lungs  are 
denser  than  normal  when  the  disease  has  passed  the  very  earliest  stage, 
thus  far  I have  been  able  to  detect  an  abnormal  condition  of  the  lungs 
in  early  tuberculosis  better  by  means  of  the  fluorescent  screen  than 
by  means  of  the  photograph.  The  screen  is  a readier  and  more  cer- 
tain test.”  Other  diseases  of  the  thorax,  as  pneumonia,  pleurisy, 
hydrothorax,  emphysema,  etc.,  as  well  as  some  pathologic  conditions 
of  the  abdomen  yield  the  secrets  of  their  character,  relationships  and 
progress  to  X-ray  examination  so  as  to  usefully  supplement  the 
ordinary  method  of  interrogation,  and  in  some  cases  to  tell  what 
other  methods  fail  to  tell.  In  pneumonia,  as  an  example,  the  physical 
signs  are  sometimes  so  slight  that  the  diagnosis  becomes  difficult. 
Williams*  instances  a case  where  careful  percussion  and  auscultation 
by  two  physicians  revealed  no  characteristic  signs.  He  was  inclined 
to  accept  a diagnosis  of  cerebro-spinal-meningitis,  when,  in  order  to  gain 
further  information,  an  X-ray  examination  was  made.  He  found  a dark 
area  over  one  lobe  and  a shortened  excursion  of  the  diaphragm  on  that 
side.  A diagnosis  of  pneumonia  was  made,  which  was  confirmed  by  a 
marked  crisis  and  a rapid  clearing  of  the  lung  as  determined  by  X-ray 
examination.  Both  displacements  and  enlargements  of  the  heart  are 
revealed  by  X-ray  examination,  according  to  the  measure  of  individual 
skill  and  experience.  A non-expert  may  make  out  nothing,  while  a mas- 
ter of  technique  prepared  by  an  abundant  observation  of  normal  and 
abnormal  conditions  will  sometimes  detect  pathological  states  that  fail 
to  be  revealed  by  the  usual  physical  methods.  The  use  of  the  X-ray 

*The  Roentgen  Ray  in  Medicine  and  Surgery.  The  Macmillan  Co.,  1902. 
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as  a precautionary  measure  is  worthy  of  serious  consideration,  and 
with  increased  facilities  and  skill  may  develop  into  an  important  depart- 
ment of  preventive  medicine.  It  resolves  itself  into  a question  of  shadow 
gradations  and  skill  in  detecting  and  relating  them. 

Renal,  Vesical  aiid  Biliary  Calculi. — The  size  and  position  of  the 
kidney,  especially  the  left,  can  be  determined  with  more  or  less  accuracy 
by  X-raying,  while  its  power  to  detect  pulmonary  cedema,  aids  us  in 
forming  an  idea  of  the  gravity  of  the  renal  disease.  Its  greatest  utility, 
however,  lies  in  the  readiness  with  which  we  can  detect  and  locate  by 
its  use  the  various  forms  of  calculi,  thus  obviating  the  necessity  of  ex- 
ploratory operations.  With  a proper  technique  the  calculi  can  be  located 
with  mathematical  accuracy,  and  what  is  almost  of  equal  value  it  can 
correct  a false  impression  of  the  existence  of  stone.  Here  as  elsewhere 
the  ability  to  make  an  early  diagnosis  before  the  function  of  the  kidney 
has  been  seriously  impaired,  and  when  an  operation  is  possible  without 
fear  of  serious  infection,  is  a great  gain.  The  readiness  with  which  renal 
as  well  as  all  other  forms  of  calculi  can  be  detected  must  necessarily 
dci)end  u])on  their  chemical  composition,  and  to  a less  degree  upon  their 
size.  It  is  a (piestion  of  the  richness  of  their  composition  in  the  inor- 
ganic salts.  'I'hc  shadows  cast  by  calculi  largely  composed  of  organic 
matter,  arc  much  fainter  than  those  cast  when  the  inorganic  salts  pre- 
dominate. In  examining  for  calculi  of  the  kidney  or  ureters  it  is  best 
that  both  the  bowels  and  stomach  be  empty,  the  former  by  flushing,  the 
latter  by  fasting.  In  the  interests  of  accuracy  two  or  more  photographs 
should  be  taken.  The  fiuoroscope  is  far  less  satisfactory  here  in  its  results 
than  the  skiograph. 

What  has  been  said  regarding  renal  calculi  applies  also  to  vesical 
calculi,  but  not  only  should  the  bowels  be  emptied  but  the  bladder  also. 

Biliary  calculi  arc  less  easily  detected  than  arc  vesical  or  renal, 
because,  in  most  cases,  of  their  ready  ])crmcability  to  the  rays. 

An  advantage  in  X-raying  for  gall  stones  is  the  nearness  with  which 
the  ])late  can  be  brought  to  the  locus  morbi.  If  the  inorganic  salts  are 
in  abundance  the  diagnosis  is  not  difficult. 

AneurLwi.—lVi  its  early  stages  the  diagnosis  of  an  aneurism  by  ordi- 
nary methods  is  very  difficult,  and  one’s  ability  to  detect  it  is  greatly 
aided  by  the  rays.  It  is  thus  rendered  of  importance  from  the  fact  that 
an  early  diagnosis  enables  one  to  guard  against  all  methods  of  living 
and  action  that  would  tend  to  hasten  the  progress  of  the  disease.  Wil- 
liams, whose  experience  has  been  large  in  this  direction,  tells  us  that 
X-ray  examinations  “ should  be  made  both  with  the  fluorescent  screen 
and  the  X-ray  photograph.  Normal  outlines  in  the  upper  part  of  the 
chest  give  us  the  best  assurance  that  an  aneurism  of  the  aorta  is  not 
present,  though  symptoms  may  obtain  which  lead  the  physician  to  sus- 
pect it.  On  the  other  hand,  if  an  aneurism  be  present,  its  outline  will 
be  demonstrated  by  the  X-ray  examination.  An  outline  suggestive  of 
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aneurism  may  be  due  to  other  causes,  as  a new  growth  for  example. 
But  confusion  of  this  kind  is  not  common,  and  we  can  in  most  cases 
convince  ourselves  by  a careful  examination  whether  or  not  it  is  an 
aneurism  which  casts  the  shadow.  X-ray  examinations  enable  us  to 
determine  the  extent  of  an  aneurism  much  more  accurately  than  the 
usual  physical  examination,  and  to  detect  its  existence  at  a much  earlier 
stage.  Successive  X-ray  examinations  enable  us  to  determine  whether 

or  not  it  is  increasing.”  ^ c ^ 

Malforviation  of  Bones  and  >m^A-X-raying  cannot  fail  to  be  ot 

jnuch  service  to  the  orthopaedic  surgeon  in  the  way  of  diagnos^is. 

It  makes  clear  the  hidden  condition  of  things  in  a multitude  of  dis- 
eases of  the  bones,  of  the  joints.  Some  of  the  diseases  of  bones  and 
joints  in  which  its  use  may  prove  of  service  are  syphilis,  osteomyelitis, 
osteitis,  tuberculosis,  rickets,  arthritis  defomans,  articular  deposits, 
detached  cartilage,  etc.  As  between  the  fluoroscope  and  photographic 
plate  in  diagnosticating  bone  and  joint  defects  the  latter  is  to  be  pre- 


It'  not  only  more  distinctly  defines  those  morbid  conditions  which 
are  seen  by  both  methods,  but  it  brings  to  view  sometimes  what  the 
fluoroscope  fails  to  discover.  An  an  illustration  of  the  value  of  X-ray 
diagnosis  in  indicating  the  proper  treatment  Lovett  relates  the  case  o 
a boy  who  was  injured  in  a football  game.  For  two  weeks  he  was  com- 
pletely disabled,  and  after  two  months  he  was  still  lame  and  suffering 
pain.  A radiograph  showed  a separation  of  the  tibial  tubercle,  which, 
under  proper  treatment,  soon  reunited  as  shown  by  a second  radio- 
graph, and  with  relief  of  all  symptoms. 

Extra  Uterine  Pregnancy.— In  the  London  Lancet  of  June  5,  1898, 
will  be  found  reported  a case  of  supposed  extra  uterine  pregnancy  in 
which  the  diagnosis  was  confirmed  by  an  X-ray  exposure,  ihe  case 
had  advanced  to  the  fifth  or  sixth  month.  It  is  evident  that  its  value 

in  this  condition  might  be  considerable. 

In  cases  of  suspected  multiple  pregnancy  the  X-rays  might  be  an 
aid  to  diagnosis  in  detecting  two  vertebral  columns  or  two  foetal  heads, 
but  otherwise  their  value  in  obstetrics  is  not  believed  to  be  considerable. 


Fig.  219. — Lupus  Erythematosus.  Illustrating  the  progress 
toward  recovery  under  X-ray  treatment. 


CHAPTER  III. 


THE  X-RAYS  IN  THERAPEUTICS. 

After  the  discovery  of  the  X-ray  the  first  method  of  utilizing  it  in- 
medicine  was  very  naturally  as  a diagnostic  agent.  Great  as  is  its- 
value  in  this  department,  its  possibilities  are  constantly  widening  as. 
our  ability  to  detect  the  varying  densities  of  tissues  increases. 

How  much  this  means  to  therapeutics  can  be  readily  understood.  Its- 
revelations  forewarn  and  forearm  both  physician  and  patient,  and  en- 
able therapeutic  efforts  to  be  directed  with  precision  and  without  delay. 
Several  instances  have  been  recorded  where  timely  X-ray  examinations- 
have  shown  the  unexpected  existence  of  cardiac  and  pulmonary  compli- 
cations. Thus  warned  one  may  so  order  his  life  as  to  lengthen  his  years. 
Not  only  this,  but  eager  workers  in  this  field  keenly  observant  of  every 
phenomenon  soon  detected  the  therapeutic  possibilities  of  the  agent 
itself. 

It  was  observed  that  prolonged  exposure  to  its  influence  was  followed 
in  many  cases  not  only  by  inflammation  of  both  the  superficial  and  deeper 
layers  of  the  skin,  but  that  necrosis  of  a most  obstinate  nature  not 
infrequently  supervened.  Schiff  in  1898,  grasping  the  significance 
of  these  effects  applied  them  to  the  treatment  of  lupus,  and  reported 
several  successful  cases.* 

Since  then  men  in  all  parts  of  the  world,  and  in  every  department 
of  medicine  have  been  busily  testing  its  powers  in  numerous  pathologi- 
cal conditions.  Allowing  for  the  exaggerations  of  enthusiasm,  we  cannot 
but  gladly  admit  that  medicine  and  surgery  have  been  reinforced  by  a 
new  weapon  and  methods  of  procedure  that  add  greatly  to  the  efficiency 
with  which  we  can  now  combat  various  diseases  hitherto  intractible  to 
established  methods.  It  is  thus  seen  that  we  have  to  do  with  a double- 
edged  weapon — one  working  both  ways,  destructive  as  well  as  con- 
structive. 

Can  these  disagreeable  and  hurtful  effects  upon  a sound  skin,  while 
treating  diseased  areas  be  obviated?  This  is  readily  done  by  covering 
the  healthy  skin  surrounding  the  diseased  parts  by  some  material,  such 
as  tin  foil,  impervious  to  the  rays,  and  then  cutting  away  enough  of 

•Archiv.  fur  Derm.  w.  Syph.,  B.  42. 
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this  protecting  substance  to  fully  expose  the  part  to  be  treated.  Many 
of  the  experienced  and  skilled  operators,  however,  seldom  use  a screen, 
and  seldom,  if  ever,  have  a serious  case  of  X-ray  dermatitis.  It  is  a ques- 
tion of  technique;  of  proximity  of  the  tube,  length  of  exposure,  and  in- 
tensity of  the  radiation. 

In  treating  malignant  disease,  whether  deep  seated  or  superficial, 
it  is  without  question  far  better  to  dispense  with  shields  if  it  can  be  done 
without  detriment  to  the  healthy  tissue.  No  one  can  tell  the  extent 
■of  the  diseased  tissue,  and  the  more  widely  diffused  is  the  X-ray  influ- 
ence, the  better  and  more  thorough  the  work  done.  Morton*  claims 
that  what  he  calls  the  tanning-process  is  a protection. 

He  expects  a dermatitis  and  does  not  fear  it.  Instead  of  stopping 
treatment  he  goes  right  on,  often  shifting,  however,  the  central  focus 
of  the  tube  until  he  has  converted  a bright  erythema  into  a brown 
and  often  in  brunettes  into  a blackish  tan. 

This  is  done  on  the  principle  of  the  tan  that  comes  from  exposure 
to  the  sun.  Such  exposure  renders  the  skin  insusceptible  to  the  effects 
of  the  sun’s  rays,  and  in  the  same  way  it  is  claimed  that  those  thus 
tanned  by  the  X-rays  become  far  less  susceptible  to  its  inflammatory  and 
•destructive  influence.  The  writer,  however,  hastens  to  say  that  he  does 
not  wish  to  be  put  on  record  as  advising  any  one  else  to  “ tan”  a pa- 
tient with  the  X-ray.  It  is  a process  that  each  must  judge  for  himself 
and  decide  accordingly. 

As  regards  the  equipment  for  X-ray  therapeutics,  it  varies  but  little 
from  that  of  X-ray  diagnosis.  The  same  exciting  apparatus  is  equally 
efficient  for  both  uses,  but  there  is  something  to  be  said  in  the  way 
of  differentiation  of  the  tubes.  It  has  been  shown  that  when  a tube  of 
low  resistance  is  used  to  picture  a hand,  for  example,  the  shadows  cast 
are  distinct,  indicating  that  the  rays  have  all  been  absorbed.  With  a 
tube  of  high  resistance,  on  the  contrary,  everything  is  lighter,  the  shad- 
ows are  less  sharply  drawn,  showing  a far  less  degree  of  absorption 
of  the  rays. 

Tubes  of  low  resistance,  therefore,  are  recommended  for  the  treat- 
ment of  superficial  diseases,  since  the  surface  absorbs  much  of  the  light, 
while  tubes  of  high  resistance  and  of  greater  penetrating  power  are 
selected  preferably  for  deep  seated  pathological  conditions.  In  the  treat- 
ment of  disease,  the  distance  of  the  tube  from  the  patient,  the  frequency 
and  length  of  exposure  can  be  indicated  only  in  a general  way.  Every 
operator  has  a different  set  of  tools  to  work  with.  In  the  absence  of  a 
definite  standardization,  one’s  exciting  apparatus  and  tubes,  and  there- 
fore the  intensity  of  his  X-radiation  will  differ  from  that  of  his  neighbor, 
so  that  we  can  fall  back  upon  no  directions  absolutely  exact.  The  most 
that  can  be  said  is  that  the  tube  should  be  distant  from  the  patient 
from  six  to  twelve  inches,  more  or  less.  Exposures  may  be  made  once 

*Radotheraphy  for  Cancer.  N.  Y.  Medical  Record,  May  24,  1902. 
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or  twice  a week,  to  every  day,  and  the  duration  of  the  exposure  will 
vary  from  five  to  twenty  minutes.  Beck,  whose  experience  has  been 
laro-e,  says  that  “it  is  advisable  to  expose  for  five  minutes  first,  and 
after 'a  week  for  about  ten  minutes.  If  after  a third  exposure  (two 
weeks  after  the  first  exposure)  no  reaction  follows,  the  patient  appar- 
ently shows  no  idiosyncrasy.  Then  he  may  be  irradiated  every  two 
or  three  days,  and  at  last  daily  unless  intense  reaction  occurs.  During 
the  tentative  exposures  the  distance  of  the  tube  should  be  four  inches, 
later  on  it  may  be  one  inch  only.  Some  patients  like  the  direct  con- 
tact with  the  tube,  and  I have  seen  no  harm  in  it  in  resistent  in- 
dividuals.” 

This  obstinate  disease  was  about,  if  not  the  first,  to  be 
successfully  treated  by  the  new  agent.  In  1897,  Kuemmell  cured  a case 
and  he  was  followed  by  Albers-Schonberg  and  many  others,  so  that 
it  is  now  fairly  well  demonstrated  that  the  two  varieties  of  lupus  are 
amenable  to  X-ray  treatments.  In  considering  lupus,  however,  and  this 
remark  applies  to  other  superficial  malignant  and  semi-malignant 
growths.  It  should  be  remembered  that  they  are  often  cured  by  other 
and  simpler  and  less  expensive  methods  of  treatment.  It  is  impos- 
sible though  to  have  too  many  rational  therapeutic  methods  at  our 
command,  and  the  X-ray  has  proved  efficient  in  lupus  and  epithe- 
lioma after  other  efforts  have  been  futile. 

In  a case  recently  treated,  both  the  X-ray  and  the  Finsen  light  were 
utilized,  opening  up  the  question  frequently  asked  as  to  which  of  the 
two  is  the  better  and  more  efficient  method.  A positive  answer  to  this 
•question  cannot  be  given  at  this  stage  of  our  experience.  The  actinic 
rays,  which  are  the  only  effective  rays  of  light  in  the  treatment  of  ma- 
lignant and  tuberculous  skin  affections  possess  one  great  manifest  advan- 
tage over  the  X-ray,  namely,  their  more  benign  action. 

It  is  true  that  light  radiance,  like  its  fellow  the  X-ray,  causes  both 
chemical  changes  and  fluoresence,  as  well  as  dermatitis  and  pigmenta- 
tion, but  the  dermatitis  the  result  of  light  is  soon  produced  and  under- 
goes rapid  resolution,  while  X-ray  burns  are  slower  to  develop  and  far 
slower  to  heal. 

So  far  forth  then,  the  light  is  to  be  preferred  to  the  ray.  On  the 
other  hand  there  seems  to  be  no  question  that  the  curative  effects  of 
the  X-ray  in  lupus  and  other  skin  affections  follow  more  rapidly  than 
those  of  light,  while  with  improved  technique.  X-ray  burns  may  in  time 
become  an  almost  negligible  quantity.  The  X-ray  and  the  actinic  rays 
of  light  do  not  differ  so  much  in  kind  as  in  degree,  in  the  frequency 
and  intensity  of  their  vibrations.  Their  therapeutic  effects  are,  there- 
fore, very  much  the  same.  They  cure  the  same  diseases.  This  question 
of  difference  in  degree  rather  than  in  kind  applies  to  all  the  various 
electric  modalities.  There  are  few  pathological  conditions  susceptible 
of  resolution  by  one  form  of  electricity  that  cannot  be  influenced  in 
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greater  or  less  degree  by  some  other  of  its  manifestations.  The  analogy 
holds  good  in  the  consideration  of  psychical  and  other  physical  forces 
and  in  the  use  of  drugs.  In  the  case  to  which  allusion  has  been  made,, 
a case  of  lupus  vulgaris  of  the  chest  of  long  standing,  the  Finsen  light 
had  been  used  with  a measure  of  success.  Changes  that  were  distinctly 
beneficial  were  observed  up  to  about  the  fifteenth  treatment,  but  there- 
after, although  there  were  some  thirty  or  more  exposures,  no  further 
improvement  was  appreciable.  Some  two  weeks  after  abandoning  the 
light  treatment,  the  X-ray  was  substituted  and  with  most  satisfactory 
results,  finally  ending  in  complete  recovery.  The  treatment  was  con- 
tinued through  four  months  with  forty-five  exposures.  The  question 
arises,  whether  in  other  cases  this  experience  might  not  be  reversed,  the 
chemical  rays  of  light  succeeding  after  the  failure  of  the  X-rays.  It  is 
reasonable  to  believe  that  here  as  in  the  use  of  other  therapeutic  meas- 
ures, one  form  of  treatment  may  elTectively  supplement  and  reinforce  the 
other.  Idiosyncrasy  again  is  something  that  must  be  reckoned  with 
in  therapeutic  differentiation.  Susceptibilities  vary  in  their  relation  to 
X-ray  effects  quite  as  positively  as  they  do  in  their  relation  to  electric 
modalities. 

In  some  persons  an  active  dermatitis  is  readily  excited,  while  others- 
may  undergo  repeated  exposures  without  the  slightest  irritation. 

We  recall  one  patient  who  was  so  susceptible  to  X-ray  influence,  that 
it  was  quite  impossible  for  her  to  continue  the  treatment.  Even  when 
no  ap|)reciablc  dermatitis  was  evident,  the  slightest  exposure  caused  an 
unpleasant  sense  of  burning  and  itching,  with  an  irresistible  desire  to 
scratch. 

The  Finsen  light  which  she  subsequently  tried,  had  no  such  unpleas- 
ant effect  and  greatly  benefited  her.  The  question  of  differentiation  be- 
tween the  use  of  the  actinic  rays  of  light  and  the  X-rays  is  an  inter- 
esting and  important  one  in  which  the  personal  equation  must  often 
be  the  determining  factor. 

Cancer. — Under  the  generic  term  cancer,  a word  without  histological 
meaning,  is  included  a variety  of  new  growths  of  a malignant  character. 
They  are  internal  and  external,  hard  and  soft,  and  may  attack  every 
part  of  the  body  and  every  organ.  We  are  in  no  position  to  say  that 
in  the  X-ray  we  have  a remedy  that  will  cure  or  permanently  benefit 
all  forms  of  malignant  growths. 

The  graver  forms  of  cancer  may  be  of  local  origin  at  their  incep- 
tion, but  in  their  full  development  their  character  becomes  constitu- 
tional, and  it  is  difficult  to  see  how  even  the  X-ray  can  eradicate  the 
cancerous  diathesis  and  prevent  a recurrence.  No  sufficient  data  are 
available  to  show  that  deeply  seated  internal  cancers,  or  such  external 
growths  as  scirrhus  of  the  breast  can  be  thus  cured. 

Dr.  E.  E.  Skinner  has  reported  a large  number  of  cancers  treated 
by  X-radiation,  many  of  which  involved  the  breast.  Marked  amelior- 
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ation  of  symptoms  occurred  in  many  of  these  cases.  Decrease  of  size  of 
nodules,  more  or  less  healing  of  ulceration  in  some,  discharges  rendered 
less  offensive  and  marked  decrease  of  pain.  The  analgesic  power  of 
X-radiation,  indeed,  not  only  in  malignant  growths  but  in  some  other 
conditions  is  a most  benignant  characteristic.  In  the  light  of  our  pres- 
ent experience  it  would  seem  that  in  all  operable  cases  of  scirrhus  can- 
cer, the  knife  should  first  be  used  and  then  the  X-ray. 

It  searches  out  areas  of  infection  beyond  the  reach  of  operative  pro- 
cedure, and  it  is  reasonable  to  believe  that  such  treatment  may  dis- 
tinctly lessen  the  prospect  of  future  recurrence. 

What  can  be  done  in 
the  treatment  of  internal 
cancer  is  for  the  present 
sub  judice.  Tubes  of  high 
resistance  must  be  used,, 
and  it  is  possible  that 
deep  seated  cell  growth 
can  be  so  affected  as  tO' 
result  in  more  than  amel- 
ioration of  malignant 
processes  involving  in- 
ternal organs.  Among 
others,  Hopkins  and 
Stuver  report  cases  of 
cervical  cancer  decidedly 
benefited  but  not  cured 
by  the  X-ray.  Cleaves* 
reports  a case  of  a malig- 
nant tumor  of  the  uterus, 
pronounced  inoperable 
by  Dr.  Henry  C.  Coe. 

X-ray  combined  with. 
Finsen  light  treatment 
persistently  followed  out 
for  six  months  resulted  in  very  remarkable  improvement,  although 
a complete  cure  was  not  claimed.  In  this  connection  allusion  might 
be  made  to  an  X-ray  tube  (Fig.  222)  described  by  Caldwell,f  for  treating 
internal  parts  as  the  cervix  uteri,  rectum,  larynx,  etc.  The  target  is 
placed  not  within  the  spherical  part  as  usual,  but  at  the  end  of  a tabu- 
lar projection  from  it.  He  says  that  it  has  not  been  used  enough  to 
warrant  any  statement  as  to  its  efficacy,  but  enough  has  been  demon- 
strated to  show  that  such  tubes  may  be  operated  successfully. 

Sarcoma. — Coley  reports  ten  cases  treated  in  the  General  Memorial 
Hospital  from  which  he  conservatively  concludes  as  follows : 

* New  York  Medical  Record,  Dec.  12,  1902. 

t New  York  Medical  Journal,  July  12,  1902. 
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“I.  That  the  result  in  the  cases  thus  far  treated  prove  that  the 
Roentgen  ray  has  a remarkable  inhibitory  action  upon  the  growth  of 
all  forms  of  malignant  disease,  and  that  this  is  especially  true  of 

Sarcoma. 

“ 2.  That  this  action  in  many  cases  of  even  far  advanced  and  inoper- 
able malignant  disease  may  result  in  the  total  disappearance  of  the- 
tumor,  often  without  any  breaking  down  of  the  tissues,  the  new  growth 
being  apparently  absorbed. 

“3.  Whether  the  patients  have  been  cured,  or  the  disease  has  been 
merely  arrested,  to  reappear  at  some  future  date,  is  a question  that 
time  alone  can  decide. 

“4.  Recent  observations  and  experiments  upon  the  various  forms- 
of  carcinoma  and  sarcoma  prove  that  an  agent  supposed  to  be  of  value 
only  in  a very  limited  class  of  superficial  epitheliomas  promises  to  be 
of  as  great  or  even  greater  value  in  practically  every  variety  of  cancer. 

“ 5.  While  at  present  there  is  little  evidence  to  show  that  deep  seated 
tumors  in  the  abdomen  or  pelvis  can  be  cured  by  the  Roentgen  ray,  there 
is  still  some  reason  to  hope  that  with  improved  apparatus  or  with 
greater  knowledge  and  skill  in  using  the  apparatus  that  we  now  have,, 
even  these  cases  may  be  benefited. 

“6.  The  Roentgen  ray  has  a marked  influence  upon  the  pain  of  nearly 
all  types  of  malignant  tumors,  causing  entire  relief  in  many  cases.” 

Epithelioma— beneficial  action  of  X-radiation  on  integumental' 
disease  of  cancerous  character  cannot  be  doubted.  While  it  may  not 
always  yield  as  readily  as  lupus,  many  undoubted  cases  of  genuine  cures- 
have  been  reported.  If  a shield  is  used  for  the  protection  of  the  healthy 
tissue  in  this  as  in  other  forms  of  carcinoma,  it  should  be  seen  to  that 
sufficient  area  is  exposed  to  take  in  every  possible  extension  of  the 
epithelial  cell  growth.  Some  cases  of  failure  are  undoubtedly  due  to- 
the  fact  that  the  shield  has  been  so  placed  as  to  cover  apparently 
healthy  tissue,  but  in  reality  tissue  containing  epithelial  cells.  If  an  epithe- 
lioma involves  much  thickness  of  tissue,  the  suggestion  that  the  knife- 
be  used  first,  commends  itself.  We  thus  avoid  a tedious  interval  in 
which  the  necrosed  tissue  is  broken  up  and  disappears.  After  the  knife 
the  X-ray  can  be  used,  effectually  destroying  such  growth  as  remains. 

Rodetit  Uleer.—Yr-oxn  its  close  relationship  to  epithelioma,  rodent 
ulcer  ought  to  be  equally  amenable  to  treatment.  The  facts  are  that 
results  seem  to  be  ever  more  uniformly  successful,  although  according 
to  Williams  a longer  time  is  required.  Segueira  reported  twelve  cases- 
of  which,  at  the  time  of  writing,  eight  were  still  under  treatment,  four 
having  practically  recovered.  The  permanency  of  the  cure  in  this  as 
in  other  malignant  varieties  is  still  an  open  question,  and  in  all  inoper- 
able cases  raying  should  not  be  neglected.  In  operable  cases  X-ray 
exposures  will  do  much  to  clinch  the  cure. 


624 


ELECTRO-SURGERY 


Fig.  223.— Wide-spreading  Sub-cutaneous  Naevi.  Before  treatment. 


Fig.  224. — Sub-cutaneous  Naevi.  Recovery  after  X-radiation. 

Reproduced  from  “Fortschritte  auf  dem  Gebiete  der  Rontgenstralilen”  (after  Jutassy) 
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If  the  periosteum  is  involved,  and  this  applies  to  every  variety  of 
malignant  and  tuberculous  growth,  it  is  found  that  the  prospects  of 
cure  are  much  less  satisfactory. 

Eczema,  Psoriasis,  Acne  Sycosis  and  Folliculitis  barbe.—QxOoCi  results 
have  been  obtained  in  each  one  of  these  diseases : 

The  results  of  Scholtz  in  the  treatment  of  twenty-six  cases  of  psori- 
asis as  indicating  what  can  be  done  in  this  disease  are  very  interesting. 

Improvement  was  shown  in  every  case  and  in  most  of  them  a cure 
was  effected.  He  recommends  weak  exposures  at  long  distances  with 
treatment  every  two  or  three  days. 

Pusey  considers  that  two  of  the  properties  of  the  X-rays — viz.,  their 
power  of  causing  atrophy  of  the  cutaneous  follicles  and  checking  pus- 
formation  furnish  good  ground  for  their  use  in  acne.  He  relates  eleven 
cases  in  which  improvement  appeared  simultaneously  with  the  appear- 
ance of  pigmentation  and  erythema.  In  sycosis  and  folliculitis  barbe 
the  rays  seem  to  exert  a favorable  influence,  and  some  observers  have 
seen  a sinking  down  of  nodules  and  papules  before  the  hair  fell  out. 

Hypertrichosis.— T\\\^  condition  has  been  treated  with  success,  among 
others  by  Soegren  and  Sederholm  of  Sweden.  They  observed  that  the 
hairs  that  came  out  again,  and  the  fine  ones  that  remained,  developed 
with  increased  vigor.*  It  is  claimed  that  results  are  better  in  blondes 
than  in  brunettes  and  that  the  stronger  and  better  developed  the 
hair  the  more  readily  does  it  fall  out. 

Ncevus  Afaterni.— In  the  X-ray  we  have,  according  to  some,  found 
a remedy  for  superficial  cutaneous  nsevi  or  “mother’s  mark,”  which,  if 
it  does  not  entirely  cure,  at  least  greatly  improves  the  appearance. 
In  a case  of  Jutassy  (Fig.  223)  the  whole  right  side  of  the  face  was 
involved. 

The  treatment  extended  over  many  months — until  the  forehead  and 
nose  differed  but  little  from  the  normal  skin.  The  skin  of  the  cheek 
was  improved,  but  not  to  the  same  extent. 

Finsen  with  the  actinic  rays  of  light  claims  better  results  than  this. 

X-Ray  Dermatitis.— Y^-xscy  burns  is  a result  to  be  guarded  against 
in  every  possible  way.  Formerly  many  quite  serious  inflammations, 
followed,  but  by  the  use  of  the  screen,  shorter  exposures  and  a generally 
improved  technique  the  tendency  to  serious  inflammatory  action  has 
been  greatly  lessened.  Codman  collected  200  cases  of  dermatitis  from 
which  he  concluded  that  only  one  case  in  5,000  had  been  injured. 

He  believes  that  the  frequency  of  X-ray  burns  has  been  exaggerated 
and  that  the  major  part  occurred  in  the  early  history  of  X-ray,  when 
the  method  and  its  use  was  little  understood. 

Nevertheless  the  injury  to  the  nerves  controlling  the  nutrition  of  the 
skin  is  a very  real  one,  and  it  is  better  to  use  constant  and  excessive  cau- 
tion than  to  lightly  ignore  the  possibly  grave  results  from  careless  or 

*La  Semaine  Medicale,  No.  2,  1902. 
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ignorant  methods  of  use.  X-ray  burns  are  without  doubt  due  to  a 
specific  influence  and  not  to  electric  discharges  and  are  similar  in  char- 
acter to  those  produced  by  heat,  sunlight  and  caustics.  The  first  symp- 
toms of  an  X-ray  burn  are  hyperaemia  with  elevation  of  temperature 
followed,  according  to  the  severity  of  the  symptoms,  by  infiltration  of 
the  cutis  and  exfoliation.  Blisters  may  form  which,  when  removed,  leave 
a red  and  sensitive  surface.  The  usual  progress  of  these  conditions  is 
towards  speedy  resolution,  but  occasionally  the  gravest  symptoms 
supervene,  characterized  by  extensive  destruction  of  tissue  which  may 
take  many  months  to  heal.  A peculiar  characteristic  of  X-ray  dermat- 
itis is  its  period  of  incubation.  This  is  about  ten  days  or  two  weeks, 
the  reaction  or  resolution  taking  about  the  same  length  of  time. 

As  to  the  treatment.  Beck  calls  attention  to  the  fact  that  these 
burns  are  veritable  wounds  and  must  be  treated  on  the  same  general 
principles. 

Relief  of  AVz///.— The  relief  of  pain  in  many  cases  of  cancer  both  ex- 
ternal and  internal  by  the  X-ray  has  been  well  attested.  It  probably 
acts  very  much  on  the  same  j^rinciple  as  docs  the  galvanic  current. 
All  i)ain  must  be  due  necessarily  to  pressure  of  some  kind  on  the  nerve 
tissue,  and  whatever  relieves  i)ressure,  relieves  pain.  The  galvanic  cur- 
rent in  greater  degree  than  any  other  electric  modality  heightens  cir- 
culatory drainage,  lessens  pressure  on  nerve  endings  and  dissipates 
])ain.  'I'he  X-ray  is  not  electricity,  but  it  produces  many  of  the  effects 
of  electricity,  both  destructive  and  reconstructive. 

Its  influence  over  pain  is  not  confined  alone  to  malignant  growths. 
In  not  a few  cases  of  neurasthenia,  associated  with  gastric  and  abdominal 
])ains  of  frccpicnt  recurrence  and  great  persistency,  as  well  as  in  a 
number  of  cases  of  neuralgia,  we  have  noticed  much  relief  after  X-ray 
exposures. 


Pig.  225. — A Form  of  Arc  Light  Mechanism. 

L,  Lens  throwing  upon  the  wall  real  and  reversed  images  of  cone  of  light;  B,  ad- 
justment for  the  carbons;  B\,  adjustment  of  carbons  to  orifice  O;  O,  opening  for  the 
exit  of  the  rays,  with  one  of  the  obturators;  G,  compressor;  E,  helmet;  P,  adjustment 
of  air-cushion  on  inside  of  helmet;  R,  steel  supports  for  fixing  the  compressor  to  the 
helmet;  A,  support  for  knee-piece;  D,  screw  to  regulate  the  lateral  and  vertical  move- 
ments of  the  chin  support  M;  G,  gliders  upon  which  A moves ; T,  chimney. 


CHAPTER  IV. 
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THE  FINSEN  LIGHT. 

The  light  treatment  is  by  no  means  new,  but  it  is  only  within  the 
last  few  years  that  it  has  been  so  understood  and  utilized  as  to  at- 
tract general  attention.  To  Prof.  Niels  R.  Finsen  more  than  to  any 
other  is  due  the  great  interest  taken  in  this  department  of  physiologic 
therapeutics.  His  aim  has  been  to  find  a cure  for  consumption  and 
cancer,  and  if  he  has  not  as  yet  thoroughly  demonstrated  its  possi- 
bilities in  this  direction  he  has  beyond  question  proved  its  extraor- 
dinary curative  properties  in  lupus  and  other  obstinate  skin  affections. 
Widmark  of  Stockholm  first  discovered  that  it  was  not  the  heat  rays 
but  the  chemical  rays  of  light  that  caused  sunburn,  but  it  was  Finsen 
that  first  gave  us  definite  knowledge  relative  to  the  bacteria  destroy- 
ing and  therapeutic  powers  of  these  actinic  rays.  Either  sunshine  or 
the  arc  light  can  be  utilized  in  therapeutics-  Sunlight  is  however  in- 
constant, and  more  and  more  Finsen  himself  and  other  workers  in  this 
field  have  come  to  depend  upon  the  electric  light.  An  electric  arc  light 
of  20,000  candle  power  develops  a degree  of  heat  far  too  great  to  be 
utilized  for  therapeutic  purposes  without  these  heat  rays  are  excluded. 
To  concentrate  the  light,  quartz  lenses  are  used  rather  than  glass  since 
they  are  less  obstructive  to  the  ultra  violet  or  actinic  rays  of  light. 
In  order  to  temper  the  excessive  heat,  the  concentrated  light  again  meets 
with  two  lenses  of  quartz,  confined  between  which  is  a quantity  of  dis- 
‘ tilled  water.  The  water  absorbs  the  ultra  red  heat  rays  without  in 
any  way  impairing  the  chemical  efficiency  of  the  rays  of  blue,  violet 
and  ultra  violet.  The  light  however  is  still  too  hot  to  be  safely  used, 
and  as  it  can  be  cooled  no  more  the  skin  itself  must  be  subjected  to 
cold.  The  contrivance  for  this  purpose  is  termed  a rock  crystal  com- 
pressor. 

It  consists  of  a brass  ring  with  quartz  plates  at  both  ends  and 
an  arrangement  for  the  circulation  of  cold  water  which  cools  the  skin 
when  the  ring  is  in  contact  with  the  part  to  be  treated.  This  little 
apparatus  serves  still  another  purpose.  In  order  that  the  light  may 
readily  penetrate,  the  parts  should  be  as  anaemic  as  possible. 
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Fig.  226, — Iron  Electrode  Lamp. 

The  pressure  of  the  cold  ring  removes  the  blood  which  so  readily 
absorbs  the  actinic  rays,  thus  greatly  facilitating  their  penetration. 

The  treatment  by  sunlight  and  the  artificial  arc  light  diflfer  but 
slightly  and  not  in  essential  features.  Such  plants  as  Finsen’s  at  Cop- 
enhagen are  too  extensive  and  costly  to  favor  the  general  introduction 


of  this  kind  of  light  treatment,  so  that  efforts  more  or  less  successful 
are  constantly  being  made  to  perfect  electric  appliances  and  at  such 
a cost  as  to  everywhere  popularize  it.  Finsen’s  recent  experiments  more- 
over have  convinced  him  that  where  it  takes  sunlight  minutes  to  kill 
germs,  the  arc  light  requires  only  as  many  seconds. 
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Electric  appliances  have  been  greatly  simplified.  Frorn  the  eighty 
amperes  of  current  and  sixty  minutes  of  exposure  in  the  original  Finsen 
lamp  to  the  lamp  necessitating  only  five  amperes  with  its  fifteen  minutes 
of  exposure  is  a great  step. 

Figs.  226  and  227  illustrate  a form  of  iron  electrode  lamp  that  has  been 
used  with  more  or  less  satisfaction.  It  can  be  operated  by  any  appa- 
ratus which  is  capable  of  charging  condensors,  the  overflow  of  which 
gives  thick  luminous  sparks.  Ice  is  used  between  the  spark  and  the  skin 


Fig.  228.— The  Finsen  Light  Treatment.— Four  Cases  of  Lupus. 

•The  first  lamp  installed  in  the  London  Hospital.  Presented  in  1900,  by  Queen 
Alexandra  (then  Princess  of  Wales). — S.  S.  McClure  Co. 

to  keep  it  cool  without  interfering  with  the  passage  of  the  chemical  rays 
that  do  the  work.  The  objections  to  this  lamp  are  the  noise  of  its 
sparking — the  use  of  ice,  and  the  rather  superficial  action  of  its  actinic 
rays.  In  the  Journal  of  the  American  Medical  Association,  September 
13th,  1902,  “Hopkins  reports  an  interesting  case  of  lupus  with  pho- 
tographs before  and  after,  sent  him  by  Finsen. 

The  photograph  taken  at  the  conclusion  of  the  treatment  shows 
an  absolutely  perfect  skin  condition.  The  lupus  patches  originally  cov- 
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ered  almost  the  entire  face.  There  are  many  arrangements  of  arc  light 
mechanism  springing  into  use  for  the  localized  application  of  light 
M.  M.  A.  Broca  and  A.  Chatin  have  devised  one  which  is  illustrated  and 
described  in  the  Journal  of  Physical  Therapeutics,  July  15th,  1902, 
is  here  reproduced  (Fig.  225).  They  claim  that  no  refrigeration  is  neces- 
sary, even  if  the  part  be  only  eight  cm.  from  an  arc  of  twenty  am- 
peres,  and  that  compression  is  very  easily  effected  by  means  of  a quartz 
lens  upon  a mounting  conveniently  adjusted  to  the  head  of  the  patient. 


Fig.  229. — The  ActinoHte.  A modification  of 
Finsen’s  sun  lens. 

Minin  of  Russia  reports  most  interesting  results  in  a series  of  articles 
on  the  value  of  ultra  violet  light  in  the  treatment  of  localized  traumatic 
inflammations,  burns,  inflammatory  affections  of  the  joints  (arthritis, 
synovitis)  lupus  contusions— superficial  wound,  etc.”  Cleaves,*  discarding 
the  Finsen  apparatus,  has  utilized  the  marine  search  light  with  a special 
arrangement  of  carbons  and  the  russia-iron  funnel.  “There  is  no  in- 
tervention of  glass  lenses  for  cooling  or  other  purposes  and  the  rays 
that  proceeds  in  a straight  line  are  reflected  without  passing  through 
^Journal  of  Advanced  Therapeutics,  October,  1902. 
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the  mangin  mirror  at  the  back  of  the  drum,  while  only  those  that 
proceed  at  an  angle  pass  through  the  mirror  before  they  are  re- 
flected. As  the  rays  passing  in  straight  lines  represent  the  greatest 
energy  it  follows  that  the  mirror  interferes  but  little  with  the  value 
of  the  light  activities.”  The  Gorl*  lamp  works  upon  quite  different 
principles  from  those  previously  described,  and  so  far  as  concerns  sim- 
plicity of  construction  and  ready  utilization,  marks  possibly  a distinct 
advance.  As  modified  by  Pififard,  it  can  now  be  obtained  here  as  well 
as  abroad.  Instead  of  an  ordinary  commercial  low  tension  current, 
an  extremely  high  tension,  high  frequency  current  obtained  from  an 
inductorium  or  X-Ray  coil  in  connection  with  a condenser  and  metallic 
terminals,  is  used. 

The  static  machine  as  an  exciter  answers  equally  well.  Leyden  jar 
condensers  are  connected  with  the  machine,  the  lamp  being  attached 
by  conducting  cords  to  the  outer  coating.  The  spark  gap  between  the 
poles  of  the  machine  is  but  one-eighth  of  an  inch;  but  notwithstanding 
the  minute  size  of  the  spark,  the  existence  of  powerful  ultra  violet 
rays  are  readily  demonstrated.  Mineral  willemite  in  proximity 
instantly  fluoresces,  the  fluorescence  disappearing  if  a piece  of  glass 
is  interposed  between  the  rays  and  the  mineral.  This  sufficiently 
demonstrates  the  efficiency  of  the  lamp. 

A substitute  for  compression  in  order  to  dehaematize  the  tissues 
has  recently  been  suggested. f 

Supra  renal  extract  in  the  form  of  Adrenalin  Chloridi,  if  applied 
directly  to  a denuded  part,  quickly  bleaches  it  so  that  the  ultra  violet 
rays  can  penetrate.  In  order  however  to  act  through  epithelium,  it 
is  necessary  to  inject  it  either  pure,  or  diluted  with  a deci-normal  salt 
solution.  Pififard  has  pointed  out  that  a more  satisfactory  way  of 
using  supra  renal  extract  is  by  cataphoresis.  The  cataphoric  electrode 
covered  with  a thickness  of  lintine  and  saturated  with  adenalin,  is 
connected  with  the  positive  pole  and  a current  of  3 or  4 m.  used 
for  about  five  minutes.  This  will  result  in  a thorough  bleaching  of 
the  part  to  be  treated,  when  it  is  ready  for  the  application  of  the 
ultra  violet  rays.  The  experience  with  this  lamp  has  of  course  been 
far  less  as  yet  than  with  Finsen’s  and  its  modifications,  but  some  of 
the  results  obtained  have  been  equally  good  and  with  less  incon- 
venience to  the  patient.  While  the  so-called  Finsen  therapy  is  confined 
mainly  as  has  been  seen  to  local  skin  affections,  other  methods  of  light 
treatment  are  used  as  intensified  sun  baths,  for  general  tonic  and 
nutritional  effects.  In  the  Finsen  treatment  only  cold  luminous  and 
chemical  rays  are  used,  and  these  are  focused  over  an  exceedingly  small 

*Zur  Lichtbehandlung  met  ultravioletten  Strahlen.  Munch  Med  Woch 
Mai  8.  1901. 

+The  employment  of  Adrenalin  as  an  adjunct  to  the  light  treatment  of 
Lupus.  British  Med.  Journal,  June  21,  1902.  Jameson. 
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area,  while  in  the  more  general  light  baths,  the  luminous  and  heat 
rays  are  the  essentials  of  treatment.  The  patient  is  enclosed  in  a cabi- 
net except  his  head.  Projecting  from  the  sides  of  the  cabinet  are  numer- 
ous electric  lights.  Like  vapor  or  hot  air  bath,  it  is  a sweat  bath,  but 
the  temperature  necessary  to  cause  perspiration  is  much  less  than  the 
former. 

Kerr  writing  of  these  electric  light  radiant  heat  baths,  says  that 
in  them,  “we  have  an  agent  which,  while  supplying  all  the  advantage 
of  other  forms  of  heat  baths,  possesses  something  more ; namely,  lumin- 
ous rays  affording  much  of  the  benefit  of  sunshine.  The  principle  un- 
derlying this  form  of  treatment  may  be  expressed  in  the  fact  that 
heat  facilitates  function.  It  increases  the  combustion  in  the  body  as 
evidenced  by  the  increased  elemination  of  carbonic  acid  from  the  lungs. 
The  raising  of  the  body  temperation  depends  less  upon  the  amount  of 
heat  applied  to  any  small  surface  than  upon  the  degree  to  which  radi- 
ation from  the  rest  of  the  body  is  prevented  or  counteracted;  hence 
in  practice,  where  constitutional  results  are  desired  it  is  best  to  give  a 
whole  body  bath  even  in  the  case  of  local  lesions.” 

In  considering  the  actinic  rays  of  light  and  comparing  them  with 
the  X-rays  it  should  be  borne  in  mind  that  physically,  physiologically 
and  thcrajieutically  they  are  very  much  the  same. 

The  difference  in  the  expenditure  of  chemical  energy  is  one  of  degree 
rather  than  kind.  The  energy  of  the  Roentgen  ray  is  necessarily  greater 
than  that  of  the  actinic  rays  of  light,  because  of  the  shorter  and  more 
irregular  freciuencies  of  its  wave  lengths. 

In  malignant  growths  and  skin  conditions  it  acts  more  quickly 
than  light  because  of  the  greater  exj)enditure  of  chemical  energy  ex- 
cited. For  this  reason  the  use  of  the  two  methods  in  alternation  may 
be  resorted  to  with  undoubted  advantage.  Much  has  been  said  about 
the  deleterious  inffuence  of  a too  rapid  release  of  infectious  material  by 
the  use  of  the  X-ray.  In  such  cases  the  local  light  treatment  may  be 
substituted  without  loss  of  time  or  detriment  to  the  patient, 


CHAPTER  V. 


VIBRATORY  THERAPEUTICS. 

In  the  service  of  Charcot  at  the  Salptriere  in  1878,  Vigoroux  began 
his  studies  in  the  treatment  of  certain  nervous  diseases  by  mechanical 
vibrations.*  He  first  studied  the  effects  of  vibration  on  many  cases  of 
hysteria.  By  means  of  an  enormous  diapason  actuated  by  a bow  and 
attached  to  a sounding  case  he  dissipated  hemi-anaesthesia  and  bene- 
fited contractures  almost  as  rapidly  as  with  previous  electric  methods. 
The  pains  of  locomotor  ataxia  were  very  much  ameliorated  by  this 
method  and  after  further  trial  in  a number  of  diseases,  he  concluded  that 
these  vibrations  had  very  much  the  same  effect  as  had  treatment  by 
some  of  the  electric  modalities. 

M.  Boudet  followed  in  1880  with  further  experimentation  on  the 
healthy  man.  By  vibrating  a very  sensitive  point  in  the  supra-orbital 
region  he  produced  an  anaesthesia  that  lasted  from  eight  to  twenty 
minutes.  These  results  are  the  more  complete  and  rapid  the  nearer  the 
action  is  to  a superficial  sensitive  nerve  branch  situated  over  bone. 
The  effects  are  greatest  therefore  on  the  forehead,  temples,  gums  and 
joints.  Neuralgic  pains  and  especially  those  of  the  face  are  readily 
influenced. 

Applying  the  vibratory  instrument  to  the  face,  the  bones  of  the 
head  vibrate  in  unison,  producing  a sensation  like  a beginning  vertigo, 
with  somnolence.  The  transmission  of  these  infinitely  rapid  vibrations 
to  the  cranial  walls  and  then  to  the  cerebral  tissue  itself,  almost  in- 
variably relieves  and  will  often  abort  a beginning  migraine.  In  a work 
entitled  “Nerve  Vibration  and  Excitation  as  Agents  in  the  Treatment 
of  Functional  Disorders  and  Organic  Disease”  that  appeared  a little 
later,  Granville  gives  some  remarkable  experiences  in  the  treatment  of 
neuralgias  and  neurasthenia  by  vibratory  methods.  Charcot  was  led 
to  value  and  use  this  treatment  by  his  observations  of  the  effects  of 
travel.  He  was  frequently  told  by  patients  suffering  from  paralysis 
agitans  and  other  diseases  of  a motor  and  sensory  nature,  that  riding 
in  a carriage  or  railroad  train  greatly  assuaged,  temporarily  at  least, 
the  severity  of  the  symptoms. 

*La  Progresse  Medicale,  August  27,  1892. 
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Eig.  230. — Vibratory  Application  to 
the  Neck  and  Basiler  Region. 


Fig.  232. — Application  to  the  Back. 


Fig.  234. — ^Application  to  the  Ab- 
domen. 


Fig.  231, — ^Vibratory  Application  to 
the  Head. 


Fig.  236.— Oscillation  of  the  Lower 
Extremities. 
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The  local  action  of  rapid  vibration  wherever  applied  may  be  said 
to  be  direct  and  indirect,  or  mechanical  and  reflex.  The  mechanical 
effects  of  vibration  are  similar  to  those  of  massage,  but  the  rapidity 
and  power  of  the  former  must  give  it  in  many  cases  decided  advantage. 

It  is  believed  to  accelerate  the  flow  of  lymph  and  the  venous  blood 
toward  the  heart  and  to  dilate  the  capillary  vessels.  These  local  vibra- 
tions therefore  act  very  much  like  an  aspirating  and  forcing  pump. 
Mosengeul  in  1876  and  M.  Sargent  in  1898  in  a paper  before  the  “Con- 
gress of  the  French  Association  for  the  Advancement  of  Science”  demon- 
strated this  point  very  clearly.  The  former  in  the  use  of  massage,  the 
other  by  the  method  of  mechanical  vibration.  The  laboratory  experi-  . 
ments  of  M.  Colombo*  on  dogs  demonstrated  the  following  effects  of 
rapid  vibration : 


Fig.  236. — Bililmaier’s  Electric  Vibrator. 

1.  The  gastric  juice  was  augmented  without  variation  in  its  con- 
stituent parts. 

2.  The  biliary  secretion  was  increased  when  ordinary  friction  and 
kneading  accomplished  nothing. 

3.  The  flow  of  saliva  was  greatly  increased. 

4 Vibration  over  the  kidney  occasioned  diuresis  with  abundant 
deposit  of  epithelial  debris. 

5.  Increase  of  sperm  and  spermatozoa. 

6.  Heightened  activity  of  the  skin. 

In  functional  derangements,  the  action  of  the  heart  is  markedly 
benefited  by  both  general  and  local  vibratory  treatment. 

In  tachycardia  its  effects  are  sometimes  especially  efficient,  more  so 
perhaps  than  those  of  electricity  which  has  rendered  good  service.  While 
vibratory  methods  cannot  claim  to  cure  organic  heart  disease,  yet  chronic 
cardiopathies  are  often  greatly  benefited.  The  rationale  of  its  action 

*Memoires  de  la  Societe  de  Biologic,  1894. 
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is  not  difficult  to  appreciate.  It  regulates  blood  pressure.  Circulatory 
drainage  is  increased,  with  resultant  venous  decongestion  of  the  abdom- 
inal organs.  In  the  kidney,  filtration  becomes  more  active  and  the 
urine  augmented  in  quantity.  In  a general  way  and  for  constitutional 
•effects  the  application  of  the  vibratory  treatment  to  the  abdominal 
region  is  more  important  and  far  reaching  than  to  any  other  portion 
•of  the  body.  These  effects  are  not  only  local  and  mechanical  but  gen- 
eral and  reflex.  During  these  local  vibratory  impressions,  the  heart 
and  vessels  both  large  and  small,  become  more  or  less  constricted,  with 
increased  blood  pressure.  After  the  cessation  of  these  influences  the 
whole  circulatory  system  from  the  center  to  the  periphery  returns  to 
its  normal  condition  of  decreased  blood  pressure  and  vaso-motor  dilita- 
tion.  These  physiologic  and  therapeutic  effects  are  produced  in  greater 
or  less  degree,  according  to  the  vigor  and  skill  with  which  the  move- 
ments are  directed,  by  four  different  methods.  The  first  is  by  the  ordi- 
nary method  of  manual  massage  which  does  not  come  within  the  scope 
of  our  ])rescnt  inquiry.  The  second  is  the  Zander  method,  or  what  has 
been  termed  medico-mechanical  gymnastics.  What  has  been  said  in 
regard  to  the  physiology  ^lnd  therapeutics  of  vibration  will  apply  as 
well  to  Zander’s  method. 

The  Zander  system  however  is  the  system  of  a great  institution, 
reciuiring  many  complicated  and  expensive  apparatus  and  out  of  the 
reach  for  the  most  j)art  of  the  individual  practitioner. 

The  third  method  is  by  means  of  a machine  termed  the  tissue  oscil- 
lator with  or  without  electric  attachment.  By  this  method  groups  of 
nerves  and  muscles  are  subjected  to  a series  of  oscillations  that  are 
slow  or  raj)id  as  desired.  The  fourth  method  produces  very  much  the 
same  effects,  but  by  acting  more  in  a local  way  by  means  of  blows  upon 
the  surface  that  arc  raj)id  beyond  computation,  and  which  transmit 
the  finest  vibrations  through  the  surrounding  ])arts. 

Figures  230-235  rcj)rcsent  the  application  of  the  vibratory  or  oscil- 
latory treatment  to  various  j^arts  of  the  body  by  means  of  the  Han- 
field  tissue  oscillator.  Each  illustration  tells  its  own  story  better  than 
written  description,  but  neither  description  nor  illustration  can  give 
one  any  conception  of  the  peculiar  but  at  the  same  time  agreeable 
sensory  and  motor  phenomena  associated  with  these  applications.  Which- 
ever form  of  apparatus  is  used  the  resultant  expansion  and  pressure  of 
the  tissues  alternating  with  inconceivable  rapidity,  stimulates  the  skin, 
the  arterial  and  venous  circulation,  the  lymphatics,  the  nerve  and  mus- 
cular fibre  in  a way  impossible  by  ordinary  massage.  While  the  tissue 
oscillator  by  means  of  its  bands  around  the  body  or  extremities  oscill- 
ates and  vibrates  muscular  masses,  the  Bihlmaier  electric  vibrator  with 
its  various  attachments  or  vibratodes  (Figs.  236-246)  does  equally  good 
work  in  a somewhat  different  way.  Its  immediate  action  is  more  dis- 
tinctly local  although  adjoining  parts  are  very  positively  influenced  by 
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the  diffusion  of  its  fine  and  rapid  vibrations.  The  vibrating  appliances 
.are  called  vibratodes  and  correspond  with  the  electrodes  of  electro- 
therapeutic  nomenclature.  With  the  roller  electrode  the  applications 
can  be  made  as  general  and  in  many  respects  with  the  same  results  as 
the  treatment  by  general  faradization.  Its  constitutional  effects  are 
therefore  quite  as  marked  as  those  resulting  from  the  use  of  the  tissue 
oscillator.  Like  general  faradization,  like  static  electrification  and  other 
electrical  applications  these  vibratory  methods  of  treatment  are  essen- 
tially tonic  and  reconstructive  in  character.  To  what  extent  in  these 


Figs.  237  to  246 — Different  forms  of  Vibratodes. 

0.  Vibratode  for  vibration  of  the  uterus. 

n.  Straight  probe  vibratode  for  mucous  membranes, 
m.  Curved  probe  vibratode  for  mucous  membranes. 

e.  Roller  vibratode,  generally  used  for  vibration  of  the  muscles  of  the 

arms  and  legs,  as  well  as  for  general  massage  in  obesity,  etc. 

g.  Multiple  vibratode  for  stomach,  liver,  abdomen,  etc. 

h.  Soft  cushioned,  large  vibratode  for  general  body  vibration. 

1.  Small,  hard  vibratode  for  general  body  vibration. 

L.  Small,  cushioned  vibratode  for  deafness. 

K.  Curved  vibratode  for  throat  and  neck. 

f.  Large,  hard,  curved  virbratode  generally  used  for  vibration  of  the 

chest. 

respects  they  are  comparable  with  the  use  of  electric  modalities  are 
questions  still  to  be  determined. 

While  electrization  will  do  many  things  in  therapeutics  that  cannot 
possibly  be  done  with  vibratory  methods  and  from  its  very  nature  has 
a far  wider  range,  yet  in  certain  conditions  and  constitutions  I have 
known  vibration  to  prove  more  efficient  than  any  form  of  electrization. 
It  is  the  ever  recurring  question  of  the  personal  equation  in  its  adapta- 
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tion  to  methods  of  treatment.  There  are  two  conditions  however  which 
in  my  experience  in  many  cases,  seem  for  the  most  part  to  react  better 
to  vibratory  treatment  than  to  electricity,  and  these  are  obesity  and 
constipation.  Patience  and  persistency  in  treatment  are  necessary,  but 
the  applied  mechanical  energy  seems  to  have  an  especially  beneficial 
influence  in  hastening  the  consumption  of  fat.  In  chronic  constipation, 
mechanical  vibratory  effects  may  be  compared  to  the  effects  of  vibra- 


Fig.  247. — vibratory  Applications  by  means  of  the  Electric  Motor. 


Fig.  248. — Vibratory  Applications  by  means  of  Compressed  Air. 


tory  alternating  potential  currents  as  obtained  from  the  static  machine 
and  in  a less  degree  to  those  of  the  faradaic  current.  Experience  and 
experiment  however  seem  to  show  as  illustrated  by  the  laboratory  experi- 
ments of  Colombo  to  which  reference  has  been  made,  that  mechanical 
vibrations  as  here  described  augment  the  secretary  procepes  and  de- 
velop the  tone  of  the  abdominal  and  intestinal  muscles  more  efficiently 
than  other  methods.  Like  other  physical  methods,  intelligently  directed. 
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vibratory  treatment  has  power  to  unload  hyperaemic  organs  by  the 
temporary  hyperaemia  excited  in  neighboring  muscular  masses.  The 
molecular  changes  induced  by  it  gives  strength  to  muscular  fibre  and  is 
locally  efficient  in  loosening  adhesions  in  the  sheaths  of  tendons  and  in 
joints,  hastening  the  absorption  of  exudations  and  infiltrations  In 
chronic  catarrhal  conditions  of  the  ear  and  in  deafness  especially  the 
resources  of  otology  have  in  the  past  been  by  no  means  satisfactory. 
In  vibratory  methods  may  be  found  a very  valuable  aid  to  the  special- 
ist in  this  department  as  well  as  to  the  general  practitioner. 

Finger  tip  massage,  alternating  suction  by  the  ostoscope  and  other 
methods  have  all  been  recommended  and  on  the  same  general  princi- 
p es,  ut  to  get  deep  vibratory  massage  sufficient  to  adequately  stimu- 
late sluggish  circulation  and  agitate  the  anchylosed  small  bones  of  the 
ear  t ese  methods  of  deep  vibration  would  seem  to  be  superior.  Vibra- 
ory  methods  are  a part  of  gynecological  therapeutic. 

t has  proved  beneficial  in  the  disorders  of  menstruation,  in  hasten- 
ing the  absorption  of  plastic  infiltration,  in  displacements  of  the  uterus 
a ter  manual  reduction  and  in  diseases  of  the  mucous  membrane  and 
parenchyma. 
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I HIGH-FREQUENCY  CURRENTS 

At  this  stage  of  the  progress  of  electrical  science  one  feels  very  much 
like  ajjoligizing  for  the  use  of  the  term  current. 

The  term  modality  has  come  into  somewhat  general  use,  but  yet 
in  a generic  sense  and  as  a working  basis  the  word  current  still  seems 
more  practically  useful  than  any  other.  In  these  allusions,  therefore, 
to  this  manifestation  of  electricity-comparatively  new  in  therapeutics, 
the  word  current  is  still  retained.  Our  knowledge  of  the  physiologic 
and  theraiicutic  effects  of  currents  of  high  frequency  are  due  mainly  to 
d’Arsonval,  followed  by  Apostoli,  Oudin,  Doumer  and  others.  D’Ar- 
sonval’s  exiieriments  and  conclusions  have  already  been  considered  in  a 
general  way  on  pages  175-178  of  this  book.  We  desire  to  call  attention 
here  to  high-freciuency  effects  as  obtained  from  a little  apparatus  with 
the  different  electrodes  for  administration  (Figs.  250-253)  as  modified  by 
Piffard.  It  is  used  with  a static  machine  and  is  termed  hyper-static.  As  its 
name  implies,  it  is  more  than  static.  By  a step-up  process  we  get  a cur- 
rent of  electricity  greatly  exceeding  in  the  rapidity  of  its  osci  lations 
those  of  static  electricity,  and  yet  associated  with  its  remarkable  char- 
acteristics of  high  tension  and  freciuency  we  find  a decrease  of  sensory 

and  motor  effects  with  increase  of  sedation. 

I have  not  attempted  by  jihysiologic  experimentation  to  determine 
the  relationship  of  its  nutritional  effects  to  those  of  other  electric  modal- 
ities, but  clinical  experience  seems  to  show  that  m certain  skin  a ec- 
tions  dependent  on  mal-nutrition  it  acts  more  promptly  and  power- 
fully than  the  older  methods.  This  particular  apparatus  or  ig 
freciuency  effects  is  simple  in  construction,  and  the  line  drawing 
fFig.  253)  gives  a good  idea  of  its  Leyden  jar  attachments  and  of  its 
connections  with  the  prime  conductors  of  the  static  machine. 

The  inner  coatings  of  the  condensors  being  thus  connected  and 
charged,  rapid  discharges  immediately  take  place  across  the  air  gap, 
and  oscillations  representing  millions  a second  are  excite  m e e ix 
within  the  box  (Fig.  249)  connected  with  the  outer 
jars.  We  now  get  electro-magnetic  inciuction  effects  kmdre 
from  the  primary  circuit  of  an  induction  coil,  but  wide  y 1 ’ 

the  degree  of  their  physical,  physiologic  and  therapeutic  effects.  The 
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three  electrodes  on  page  644  answer  all  the  purposes  of  direct  application 
to  the  body.  The  upper  one  is  in  reality  a vacuum  tube  of  the  Geissler 
type,  and  when  in  use  glows  inside  as  these  tubes  do,  but  externally 
it  emits  painless  inductive  discharges.  The  carbon-pointed  electrode  in 
the  center  is  more  vigorous  in  its  elfects. 

The  principles  of  the  ordinary  induction  coil  are  here  all  carried  out — 
the  jars  taking  the  place  of  the  cell,  with  a spark-gas  instead  of  a 
rheotome  or  contact  breaker.  So  intense  and  yet  so  harmless  are  alter- 


Fig,  249, — Hyperstatic  or  High  Frequency  Apparatus, 

nating  currents  of  high  frequency  when  the  condensors  are  charged  by 
a Ruhmkorff  coil,  that  one  may  hold  between  the  two  hands  an  in- 
candescent lamp  and  the  current  will  traverse  the  body  and  glow 
the  lamp  without  injury  or  indeed  perceptible  sensation.  This  experi- 
ment is  illustrated  in  fig.  50,  page  177.  It  has  been  found  that  up  to 
a certain  point,  the  action  of  electricity  on  the  neuro-muscular  system 
increases  according  to  the  rapidity  of  the  excitations,  while  beyond  this 
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certain  point,  its  action  decreases  as  the  tension  and  frequency  increases, 
until  finally  the  motor  and  sensory  symptoms  are  hardly  if  at  all  ap- 
preciable. This,  then,  is  the  principle  of  that  step-up  process  by  which 
the  powerful  and  painful  disruptive  discharges  of  the  static  machine  or 
the  Ruhmkorff  coil  are  converted  into  the  mild  but  therapeutically 
efficient  high-frequency  currents.  French  physicians,  and  especially 
Doumer  and  after  him  Oudin  and  others,  first  called  attention  to  the 
happy  effects  of  the  static  breeze  or  brush  discharge  on  various  skin 
diseases,  as  eczema  and  acne  and  chronic  ulcerative  processes.  Thanks 
to  our  knowledge  of  these  high-frequency  discharges  we  now  have  at 
our  command  a quicker  and  more  effective  way  of  dealing  with  these 
obstinate  skin  affections. 

Piffard,  whose  opinion  as  a dermatologist  is  of  value,  says,  “The 
effect  of  the  hyper-static  spark  on  eczema  and  on  acne,  and  in  some 
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Figs.  250,  251,  252. — Various  Electrodes  for  High  Frequency  Applications, 

cases  of  local  pruritis  is  extremely  gratifying,  the  results  being  superior 
to  any  I have  been  able  to  obtain  by  local  applications  hitherto  used 
by  me.  If  any  resisting  medium  is  interposed  between  the  high  tension 
spark  and  the  skin  the  pain  and  irritation  caused  by  the  spark  is 
increased.  Availing  myself  of  this  fact,  I sometimes  cover  the  lesion 
with  a thin  coating  of  oil,  and  find  that  the  irritation  and  subsequent 
reaction  is  very  materially  increased.  One  is  able,  therefore,  by  regu- 
lating the  spark-gap  between  the  jars,  and  using  oil  or  not,  as  may 
be  required,  to  obtain  either  an  absolutely  painless  and  almost  fugitive 
effect;  or  on  the  contrary  produce  a very  marked  cutaneous  reaction. 

One  of  the  best  illustrations  of  the  nutritional  effects  of  currents  of 
high  frequency  that  we  have  seen  was  observed  in  a recent  case  of  xan- 
thoma-a  disease  first  attacking  the  integument  and  then  the  areolar 
fibrous  tissue.  It  is  dependent  on  a defect  of  vital  power  on  impaiied 
nutrition,  and  is  notably  intractible.  The  diseased  parts  had  been  sub- 
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mitted  to  various  local  and  constitutional  methods,  including  the  gal- 
vanic current  and  the  brush  discharge,  but  with  imperfect  results.  Under 
treatment  by  high-frequency  discharges  it  finally  disappeared. 

If  a patient  is  placed  in  a solenoid  or  spiral  through  which  course 
currents  of  high  frequency  the  effects  are  supposed  to  be  more  general. 
M.  d’Arsonval  has  shown  that  if  one  places  an  animal  in  the  center  of 
a spiral  connected  with  condensors,  or  in  a resonator — the  temperature 
rises,  the  skin  becomes  moist,  combustion  is  more  active  and  the  amount 


A Is  the  sliding  rod  that  passes  into  glass  tube  B when  it  is  pressed  down  in  line 
with  A. 

D D Are  two  brass  balls  with  their  connecting  chains. 

C C Top  of  Leyden  Jars. 

L L L Are  nuts  or  screws  which  hold  the  Leyden  Jars  in  place,  as  shown  by  cut. 

M M Are  Binding  Posts.  It  is  only  necessary  to  connect  one  cord  to  give  treatment 
which  may  be  on  either  side  of  the  apparatus. 


of  urine  augmented.  There  is  an  inhibition  of  the  vaso-motor  nervous 
system  as  shown  by  a distinct  lowering  of  arterial  pressure  and  the 
results  of  combustion  are  shown  by  loss  of  weight. 

These  general  effects  can  however  be  obtained  in  greater  or  less 
degree  by  extending  over  the  body  generally  the  local  treatment  as 
administered  by  the  hand  electrodes. 
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Abbreviations  in  electro-therapeutics,  229 
Abdominal  clay  electrode,  453 
Absorption,  effect  of  electricity  on,  168 
Accumulators,  30,  547 
Acne,  433 

rosacea,  433 
Acute  diseases,  521 
sequelae  of,  514 
Adenitis,  566 
Alcoholism,  chronic,  522 
Alopecia,  434 
Alternate  currents,  58 

physiologic  effects  of,  175 
Amalgamation,  24 
Amaurosis,  486 
Amblyopia,  486 
Amenorrhcea,  454 
Ampere,  definition  of,  6l 
Ampere’s  theory  of  magnetism,  48 
Anaesthesia,  432,  516 
electro-,  99 
electro-diagnosis,  517 
prognosis,  518 
treatment,  518 

Anatomy,  electro-physiologic,  136 
electro-therapeutic,  258 
Anelectrotonos,  88 

molecular  theory  of,  88 
theory  of,  92 
Aneurism,  568 

statistics  of,  569 
Angina  pectoris,  503 
Angiomata,  555 
Animal  electricity,  80 

Alden’s  and  Nobile’s  researches  in,  81 
experiments  of  Trowbridge  in,  85 
Humboldt’s  researches  in,  81 
researches  of  Matteucci  and  Du  Bois- 
Reymond,  81 
Anosmia,  481 

treatment  of,  482  * 


Aphonia,  476 

prognosis,  480 
treatment,  480 

Apparatus  for  electro-therapeutics,  266 
Applications  of  electricity,  care  in  details 
of,  213 

frequency  of,  216 
prolonged,  217 
regularity  of,  217 
time  of,  215 

Armatures,  magnetic,  5 
Arthritis  nodosa,  42 
Artificial  respiration,  503 
Ascending  and  descending  currents,  differ- 
ential action  of,  207 
Aspermatism,  470 
Astatic  galvanometer,  38 
Asthenopia,  485 
Asthma,  425 
Astraphobia,  384 
Ataxia,  locomotor,  408 
Atrophic  pharyngitis,  481 
rhinitis,  481 

chronic  spinal  muscular,  473 
Atrophy,  of  the  uterus,  463 
Auditory  nerve,  action  of  electricity  on.  iiq 
reactions  in,  490 
Autumnal  catarrh,  521 

Bacteria,  effects  of  electricity  on,  174 
Basedow’s  disease,  509 
Bath,  electric,  370 
Battery,  Bunsen’s,  32 
Daniell’s,  31 
double-cell  constant,  30 
Gordon  Burnham,  37 
Grove’s,  31 
Leclanche’s,  36 
polarization  in,  29 
Smee’s,  34 
storage,  547 
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Battery,  thermo-electric,  59 
voltaic,  29 
Bedsores,  577 
Benign  tumors,  555 
Bipolar  faradization,  373 

intra-uterine  electrode,  447 
rectal  electrode,  440 
vaginal  electrode,  448 
Bladder,  action  of  electricity  on,  141 
diseases  of,  471 
dissolution  of  calculi  in,  581 
paresis  of,  472 
Blepharospasm,  486 
Blood,  action  of  electricity  on,  146 
Blood-vessels,  action  of  electricity  on,  143 
Brachycardia,  503 
Brain,  action  of  electricity  on,  100 
direct  application,  100 
effects  of  external  application  on  the, 
100 

Brass  ball  electrode,  291 
Breeze  electrode,  353 
Bright’s  disease,  521 
Bullet  probe,  telephonic,  584 
Bunsen’s  battery,  32 

bichromate  battery,  33 
Burns,  579 

Calculi,  dissolution  of,  in  bladder,  581 
Cancer,  relief  of  pain  by  galvanization,  566 
Carbon  rheostat,  285 
Carbuncles,  578 
Cataract,  487 
Cataphoresis,  588 
Catelectrotonos,  88 
theory  of,  92 
Cautery,  actual,  545 
galvano-,  545 

Cellulitis,  chronic  pelvic,  459 
Central  galvanization,  338 

compared  with  localized  galvanization, 
344 

details  of  application,  339 
history  of,  196 
Central  neuralgia,  392 
Central  paralysis,  400 
electric  treatment,  401 
prognosis,  400 
Cephalalgia,  392 
prognosis,  392 
Cerebral  congestion,  516 


Cerebro-spinal  meningitis,  514  - 
Chronic  diarrhoea,  439 
metritis,  461 
pelvic  cellulitis,  459 
spinal  muscular  atrophy,  412 
spinal  muscular  atrophy,  prognosis  and 
treatment,  412 
Chloride  of  silver  cell,  36 
Cilio-spinal  centre,  103 
Cirrhosis  of  the  liver,  521 
Club-foot,  581 
Coll,  induction,  53 
Ruhmkorff,  54 

Comparative  value  of  the  galvanic  and 
faradic  currents,  240  , 

Conductors  and  non-conductors,  8 
Congestion,  cerebral,  516 
spinal,  516 

Conjunctivitis,  granular,  487 
Constipation,  439 
Continuous  coil  apparatus,  267 
Contractility,  electro-muscular,  132 
Contractions,  diplegic,  253 
muscular,  425 
Convalescence,  521 
Cornea,  opacities  of,  486 
Cough,  nervous,  481 
Coulomb’s  theory  of  magnetism,  3 
Cramp,  writer’s,  422 
Cromatogenous  diseases,  433 
Current,  extra,  52 

derived,  shunt  or  branch,  28 
direction,  physiologic,  effects  of,  91 
interrupter,  52 
Cystic  tumors,  560 

Daniell’s  battery,  31 
Deafness  following  cerebro-spinal  fever, 
493 

hysterical,  493 

Definition  of  electricity,  2 Density,  ii 
Diabetes,  519 
Diagnosis  by  X ray,  608 
Diarrhoea,  chronic,  439 
Digestion,  diseases  of  the  organs  of,  437 
electro-diagnosis,  437 
general  principles  of  electric  treatment 
437 

prognosis,  438 
Diphtheria,  514 
Diplegic  contractions,  253 
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Disc  clay  electrode,  455 
Displacements  of  the  uterus,  463 
Dosage  of  electricity,  230 
Double-cell  constant  batteries,  30 
Dropsical  effusions,  521 
Dysmenorrhcea,  458 
Dysphagia,  426 

Ear,  chronic  suppuration  of  middle,  494 
diseases  of,  488 
Eczema,  432 

Egg-shaped  electrode,  573 
Electric  baths,  370 
effects  of,  371 

general  rules  for  giving,  372 
Electric  conduction,  discovery  of,  9 
field,  9 
fishes,  80 
force,  19 

light  in  disease,  525 
machines,  12 
moxa,  298 
spark,  15 

treatment,  after-effects  of,  227 
Electricity,  action  of,  on  involuntary  mus- 
cles, 140 

on  motor  nerves,  126 
on  nerves  of  special  sense,  116 
on  sensory  nerves,  126 
on  the  blood,  146 
on  the  pneumogastric,  104 
on  the  skin,  94 
on  the  sympathetic,  104 
on  voluntary  muscles,  126 
a mode  of  motion,  26 
animal,  80 

compared  with  other  forces,  ig 
conversion  of,  into  heat,  26 
distribution  of,  ii 
dosage  qf,  230 

effects  of,  on  absorption,  168 
on  bacteria,  174 
on  nutrition,  158 
on  secretion  and  excretion,  166 
on  the  circulation,  165 
franklinic,  8 
frictional,  8 
galvanic,  ig 

general  indications  for  use  of,  205 
general  suggestions  in  use  of,  205 
general  therapeutic  action  of,  197 
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Electricity,  increased  toleration  of,  222 
instruments  for  measuring,  38 
in  the  living  man,  82 
loss  of,  9 
magneto-,  56 

mechanic,  physical,  chemic,  and  physio- 
logic effects  of,  158 
nature  and  definition  of,  2 
on  the  use  of,  by  the  laity,  228 
polarity  of,  26 
potential  of,  62 

reflex  and  direct  action  of,  169 
static,  8,  350 

surgical  compared  with  medical,  532 
tension  of,  62 

temperament  as  well  as  the  disease  to 
be  considered  in  using,  223 
thermo-,  58 
tonic  effects  of,  igg 
voltaic,  19 

Electrization,  direct,  299 

effects  of,  on  the  pneumogastric  and 
respiration,  109 
on  retinal  circulation,  112 
evil  effects  of,  220 
good  effects  of,  219 
hydro-,  586 
indirect,  299 

its  relation  to  other  forms  of  treatment. 
228 

localized,  297 

effects  of,  308 

of  plexuses,  nerves  and  muscles,  304 
rationale  of,  igg 
Electro-ansesthesia,  99 
Electro-bioscopy,  254 

Electro-conductivity  of  the  human  body,  150 
modifies  by  age  and  temperament,  15b 
Electrodes,  289 

abdominal  clay,  453 
adjustable  for  the  body,  292 
adjustable  for  the  neck,  292 
bipolar  intra-uterine,  447 
bipolar  rectal,  440 
bipolar  vaginal,  448 
brass  ball,  291 
breeze,  353 
care  of,  295 
current  reverser,  294 
disc  clay,  455 
double  vesical  exciter,  471 
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Electrodes,  Duchenne’s,  291 
egg-shaped,  573 
epilation  holder,  435 
flexible  metal,  453 
folding  foot-plate,  291 
for  galvano-puncture,  451 
for  interstitial  electrolysis,  456 
for  sectional  cauterization,  453 
for  treatment  of  superficial  nsevi,  558 
for  use  under  clothing,  291 
hand  sponge,  291 
insulated  catheter,  471 
intra-uterine  for  stenosis,  454 
massage  roller,  353 
metallic  brush,  293 
polarization  of,  30 
spark,  353 
spinal,  293 
sponge  clasps,  291 
stationary,  291 
stomach,  441 
tunnelled  catheter,  573 
unipolar  intra-uterine,  448 
unipolar  rectal,  440 
unipolar  vaginal,  449 
united  clasp  and  handle,  291 
universal,  handle  for,  291 
unpolarizable,  295 
uterine,  447 

vaginal,  for  hydro-electric  application, 
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wheel,  for  muscular  faradization,  293 
Electro-diagnosis,  244 
Electrolysis,  42,  535 
advantages  of,  543 
apparatus  for,  536 
history  of,  42 

its  nature  and  general  methods,  535 
laws  of,  43 
linear,  576 

method  of  introducing  needles,  539 
needles  for,  537 
terminology  of,  42 
theory  of,  46,  •542 
Electrolyzing  the  base,  540 
Electro-magnet,  extraction  of  foreign  bodies 
by,  582 

Electro-magnetic  machine,  53 
Electro-metallurgy,  46 
Electrometer,  Thompson’s  quadrant,  16 
Electro-motive  force,  61 


Electro-muscular  contractility,  132 
duration  of,  after  death,  135 
Electro-muscular  sensibility,  132,  247 
Electro-negative,  22 
Electro-pathology,  244 
Electrophorus,  12 
Electro-physics,  i 
Electro  physiognomy,  136 
Electro-physiologic  anatomy,  136 
Electro-physiology,  79 
Electro-positive,  22 
Electroscope,  gold-leaf,  15 
Electro-surgery,  529 
history  of,  529 

Electro-susceptivity,  relations  of,  to  prog- 
nosis, 225 

Electro-therapeutic  anatomy,  258 
Electro-therapeutics,  181 
apparatus  for,  266 
causes  of  failure  in,  336 
history  of,  181 
Electrotonos,  88 

effects  of,  in  diminished  conductivity, 

91 

in  the  living  man,  92 
of  muscle,  92 

practical  bearings  of  the  laws  of,  93 
Elephantiasis,  434 
Enuresis,  472 

Epilation  holder  electrode,  435 
Epilepsy,  427 
Epithelioma,  562 
Erectile  tumors,  555 
Exophthalmic  goitre,  509 
Extra  current,  52 
Extra-uterine  pregnancy,  497 
Eye,  diseases  of,  483 
electrization  of,  483 
prognosis  in  paralysis  of  muscles  of,  483 

Facial  neuralgia,  393 
Facial  paralysis,  405 

electro-diagnosis,  406 
treatment,  406 
Facial  spasm,  426 

Faradization  as  a means  of  distinguishing 
real  from  apparent  death,  254 
bipolar,  373 
era  of,  189 

Faradization,  general,  312 

applications  to  neck  and  throat, 
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Faradization,  general,  applications  to  the 
head,  317 
to  the  spine,  320 
to  the  upper  extremities,  319 
history  of,  193 
minor  apparatus  for,  315 
position  of  the  operator  in,  314 
of  the  patient  in,  313 
Faradization,  localized,  history  of,  igo 
Farado-sensibility,  261,  517 

as  compared  with  galvano-sensibility 
264 

degrees  of,  261 
Fatty  tumors,  561 
Feigned  diseases,  254 
Fevers,  521 

Fibroid  tumors,  459,  561 
Finsen  light,  629 
Flatulence,  441 
Foot-plate  electrode,  291 
Fracture,  ununited,  580 
Franklinic  electricity,  8 
era  of,  182 

Frictional  electricity,  8 
Furuncles,  578 

Gall-Bladder,  action  of  electricity  on, 
142 

Galvanic  and  faradic  currents,  comparative 
value  of,  240 

and  induced  currents,  comparative 
chemic  effects  of,  56 
cells,  compound,  27 
electricity,  19 

Galvanism,  early  history  of,  39 
Galvanization,  central,  338 
central,  history  of,  196 
era  of,  186 

localized,  history  of,  191 
of  the  spine,  304 
Galvano-cautery,  545 
advantage  of,  551 
apparatus  for,  545 
batteries,  care  of,  549 
rules  for  use  of,  552 
uses  of,  550 
Galvanometers,  38 

Thomson’s  reflecting,  38 
Galvano-puncture,  394 
Galvano-tonic  contractions,  129 
Gangrene,  578 


Gastralgia,  394 

General  and  localized  faradization,  differ- 
ential indications  for  the  use  of,  334 
General  faradization,  312 

applications  to  the  head,  317 
to  the  lower  extremities,  322 
to  the  neck  and  throat,  317 
to  the  spine,  320 
to  the  upper  extremities,  319 
effects  of  current  on  operator,  326 
effects  on  temperature,  328 
frequency  of  the  application,  324 
history  of,  193 

length  of  the  application,  324 
minor  apparatus  for,  315 
moistening  the  hair,  317 
permanent  or  tonic  effects,  329 
position  of  the  operator  in,  314 
of  the  patient  in,  313 
rationale  of,  332 
secondary  effects  of,  329 
special  and  exceptional  effects,  328 
effects  of,  327 
rules  to  be  observed  in,  323 
thoroughness  of  the  application,  323 
use  of  the  moistened  hand,  325 
General  therapeutic  action  of  electricity. 
197 

Genito-urinary  organs,  diseases  of,  467 
diseases  of,  electro-diagnosis,  469 
treatment,  469 
Gleet,  473 

Glottis,  spasm  of,  480 
Goitre,  exophthalmic,  509 
Goitres,  559 
Gonorrhoea,  473 
Gordon  Burnham  battery,  37 
Gout,  418 

rheumatic,  420 
Gravity  cells,  37 
Grove’s  battery,  31 

Gustatory  nerve,  action  of  electricity  on,  124 

Halmatocele,  peri-uterine,  462 
Hairs,  superfluous,  435 
Hand  sponge  electrode,  2gi 
Hay  fever,  521 
Head,  galvanization  of,  300 
Headache,  392 
Heart,  diseases  of,  503 
Helix,  49 
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Hemiplegia,  time  of  beginning  treatment, 
402 

Hemorrhage,  post-partum,  496 
Hemorrhoids,  577 
Hernia,  581  Hiccough,  426 
Herpetic  neuralgia,  395 
High  frequency  currents,  642 
Hip-joint,  diseases  of,  581 
Hydatids  of  the  liver,  561 
Hydrocele,  579 
Hydro-electrization,  586 
Hydrophobia,  426 
Hydro-rheostat,  285 
Hyperidrosis,  434 
Hyperplasia,  uterine,  462 
Hypochondriasis,  385 
Hysteria,  384 

electro-diagnosis  in,  384 
prognosis  in,  385 
treatment  of,  384 
Hysterical  deafness,  493 
paralysis,  399 

electro-diagnosis,  399 

Ileus,  440 
Impotence,  468 

Induced  currents,  properties  of,  56 
electricity,  48 
Induction,  history  of,  57 
coils,  53 

Infantile  paralysis,  413 

electro-diagnosis  in,  415 
microscopic  examination  in,  413 
prognosis,  416 
treatment,  416 
Influence  machines,  12 
Insanity,  386 
Insomnia,  383 

Insulated  catheter  electrode,  471 
Intermittent  fever,  518 
Interstitial  electrolysis,  450 
Intestines,  action  of  electricity  on,  140 
Intragastric  electrization,  44! 

Invagination,  440 

Involuntary  muscles,  action  of  electricity 
on,  140 

Iris,  action  of  electricity  on,  140 
Irritability,  how  long  retained  after  death, 
126 

of  nerves  and  muscles,  126 
restoration  of,  91 


Jar,  Leyden,  16 
Jaundice,  439 

Joule’s  law  of  development  of  heat,  27 

Lacteal  secretion,  deficient,  496 
Laryngismus  stridulus,  480 
Larynx,  anaesthesia  of,  481 
hyperaesthesia  of,  481 
Larynx,  diseases  of,  476 

kind  of  current  to  be  employed,  478 
treatment,  477 
Lead  paralysis,  398 

electro-diagnosis,  398 
treatment,  398 
Leclanche’s  battery,  36 
Leucoderma,  433 
Leyden  jar,  16 
history  of,  18 
Lichen,  432 
Lightning,  fear  of,  384 
Linear  electrolysis,  576 
Lipomata,  561 
Liver,  cirrhosis  of,  521 
hydatids  of,  561 

Localized  and  general  faradization,  dif- 
ferential indications  for  the  use  of,  334 
Localized  electrization,  297 
definition  of  terms,  299 
details  of  application,  300 
instruments  for,  297 
Localized  faradization,  history  of,  igo 
galvanization,  history  of,  191 
Locomotor  ataxia,  408 
electro-diagnosis,  409 
prognosis,  409 
treatment,  410 
Lungs,  diseases  of,  503 

Magnet,  the,  393 
Magnets,  physiologic  effects  of,  175 
polarity  of,  2 
shape  of,  5 

Magnetic  armatures,  5 
induction,  4 
Magnetism,  2 

Ampere’s  theory  of,  48 
Coulomb’s  theory  of,  3 
of  broken  magnets,  3 
of  rotation,  57 
saturation  point  of,  6 
Magnetization,  6 
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Magneto-electricity,  56 
Malignant  tumors,  555 
Mammary  gland,  diseases  of,  496 
Massage  holder  electrode,  353 
Melancholia,  385 
treatment,  386 
Melanoderma,  433 
Meningitis,  cerebro-spinal,  514 
Menorrhagia,  458 
Metallic  brush  electrode,  293 
electrolysis,  450 
Metritis,  chronic,  461 
Midwifery,  495 
Migraine,  393 
Milliammeters,  290 
Miscellaneous  medical  diseases,  514 
surgical  diseases,  577 
Morbus  coxarius,  581 
Moxa,  electric,  298 

Muscle,  effect  of  fatigue  on  the  contractility 
of,  131 

Muscular  atrophy,  chronic  spinal,  412 
Muscular  contractions,  425 
how  produced,  126 
increase  of  temperature  after,  133 
source  of  heat  in,  134 
treatment,  425 
Muscular  rheumatism,  418 
treatment,  418 
Myalgia,  418 

N.«vi,  555 

Nasal  cavities,  diseases  of,  476 
Negative  variation,  90 
Nervous  cough,  481 
Neuralgia,  389 
central,  392 
electro-diagnosis,  389 
facial,  393 

general  prognosis,  392 
herpetic,  395 
peripheral,  393 
treatment,  389 
trigeminal,  393 

Neurasthenia  and  allied  affections,  380 
electric  treatment  of,  380 
Neuro-retinitis,  487 
Neutral  line,  3 
point,  90 
Nipples,  sore,  497 
Nobilis  iris  rings,  45 


Nutrition,  effect  of  electricity  on,  158 
Obesity,  522 

CEsophagus,  action  of  electricity  on,  142 
stricture  of,  576 
Ohm,  definition  of,  61 
Ohm’s  law,  60 

Olfactory  nerve,  action  of  electricity  on,  123 
Opacities  of  the  cornea,  486 
of  the  vitreous  humor,  486 
Orchitis,  474 
Ovaralgia,  463 
Ovarian  tumors,  460 
Ozone,  522 

physiologic  and  therapeutic  effects  of, 

523 

Ozonized  oxygen,  522 

Palpitation  of  the  heart,  503 
Paralysis,  397 

accessories  to  electric  treatment  of,  402 
central,  397 
Paralysis  agitans,  424 
prognosis,  425 
treatment,  424 
Paralysis,  facial,  405 

from  opium,  etc.,  399 
from  pressure  and  cold,  406 
hysterical,  399 
infantile,  413 
lead,  398 

of  spinal  origin,  404 
peripheral,  397,  405 
progressive  bulbar,  403 
reflex,  397,  406 
rheumatic,  397 
syphilitic,  398 
Paraplegia,  404 

electro-diagnosis,  404 
treatment,  404 
Periodic  currents,  58 
Peripheral  neuralgia,  393 
paralysis,  405 

P Auger’s  contraction  law,  92 

Pharynx,  diseases  of,  476 

Photography  in  diagnosis,  Roentgen.  591 

Photophobia,  487 

Physiognomy,  electro-,  136 

Physiologic  effects  of  current  direction,  gi 

Physiology,  electro-,  79 

Pityriasis,  433 
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Pneumogastric,  action  of  electricity  on,  104 
Polarity  of  electricity,  26 
of  magnets,  2 

Polarization  of  electrodes,  30 
Poles,  differential  action  of,  206 
Poliomyelitis,  413 
Polypi,  562 

Posterior  spinal  sclerosis,  408 
Post-partum  hemorrhage,  496 
Potential  of  electricity,  62 
Pott’s  disease,  580 
Pregnancy,  extra-uterine,  497 
Progressive  bulbar  paralysis,  403 
Prostate,  enlargement  of,  474 
Prurigo,  432 
Pseudo-arthrosis,  580 

Pseudo-hypertrophic  muscular  paralysis,  417 
Psoriasis,  433 
Ptosis,  487 

Quadrant  electrometer,  Thomson’s,  16 
Quantity  and  current  strength,  the  relation 
of,  68 

Rectum,  stricture  of,  576 
Reflex  paralysis,  406 
prognosis,  406 
treatment,  406 
Renal  diseases,  514 
Resistance,  64 

effects  of  temperature  on,  65 
how  modified,  64 

Respiration,  arrest  of,  by  galvanization,  log 
artificial,  503 

Retinal  circulation,  action  of  electricity  on, 
112 

Retinitis,  neuro-,  487 
Rheostats,  39,  285 
Rheumatic  gout,  420 
prognosis,  420 
treatment,  420 
Rheumatic  paralysis,  397 
electro-diagnosis,  398 
treatment,  398 
Rheumatism,  418 
muscular,  418 
prognosis,  418 
treatment,  418 
Rhinitis,  atrophic,  481 
Ringworm,  433 

Roentgen  ray  in  diagnosis,  608 


Ruhmkorff’s  coil,  54 

effects  produced  by,  55 
the  condenser  of,  55 

Sciatica,  394 
Scirrhus,  562 
Scleroderma,  433 
Secondary  piles,  30 

Secretion  and  excretion,  effect  of  electricity 
on,  166 

Seminal  emissions,  467 
Sensibility,  electro-muscular,  132 
farado-,  517 

Separate  coil  apparatus,  267 
Sequelie  of  acute  diseases,  514 
of  sunstroke,  515 
Shaking  palsy,  424 
Shape  of  magnets,  5 
Sick  headache,  393 
Singultus,  426 
Sinusoidal  apparatus,  287 
Skin,  diseases  of,  429 
acne,  433 
acne  rosacea,  433 
action  of  electricity  on,  94 
alopecia,  434 
anaesthesia,  432 
chromatogenous  diseases,  433 
eczema,  432 

electric  excitability  of,  99 
elephantiasis,  434 
hyperidrosis,  434 
lichen,  432 
leucoderma,  433 
melanoderma,  433 
methods  of  application  in,  430 
pityriasis,  433 
prurigo,  432 
psoriasis,  433 
ringworm,  433 
scleroderma,  433 
tinea,  434 
Smee’s  battery,  34 
Smell,  loss  of,  481 
Solenoids,  49 
Sore  nipples,  497 
Spark  electrode,  353 
electric,  15 
Spasm,  facial,  426 
of  eyelid,  486 
of  the  glottis,  480 
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Spasmodic  diseases,  421 
prognosis,  422 
Spermatorrhcea,  467 
Sphygmograph,  experiments  with,  114 
Spinal  congestion,  516 

cord,  action  of  electricity  on,  lOO 
curvatures,  580 
electrode,  293 
Spinal  irritation,  381 

differential  diagnosis,  381 
pathology,  381 
prognosis,  382 
treatment,  382 

Spinal  sclerosis,  posterior,  408 

Spondylitis,  580 

Sprains,  579 

Stammering,  427 

Static  breeze,  359 

Static  electricity,  8,  350 

apparatus  for,  350  1 

character  of  current,  355 
Leyden-jar  current  application,  365 
methods  of  administration,  361 
physiologic  effects  of,  357 
place  in  medicine,  354 
reverse  of  charge,  356 
therapeutics  of,  367 
Static  influence,  10 

influence  and  induction  compared,  10 
spark,  363 

Stationary  electrode,  291 
Statistics  of  cells,  37 
Stenosis  of  the  uterine  canal,  463 
Stomach,  action  of  electricity  on,  140 
electrode,  441 
Storage  batteries,  547 
Strabismus,  487 
Strains,  579 
Strangury,  472 
Strictures,  572 

of  the  oesophagus,  576 
of  the  rectum,  576 
of  the  urethra,  572 
Subinvolution  of  the  uterus,  463 
Sunstroke,  sequelae  of,  515 
Superfluous  hairs,  435 
Surgery,  electric,  529 

Sympathetic,  action  of  electricity  on, 
104 

galvanization  of,  301 
Synovitis,  579 


Syphilis,  473 
Syphilitic  paralysis,  398 

Tachycardia,  503 
Talipes,  581 

Telephonic  bullet  probe,  584 
method  of  using,  585. 

Temperature,  increase  of,  after  muscuia' 
contraction,  133 
Tension  of  electricity,  62 
Tetanus,  426 

Thermo-electric  batteries,  59 
Thermo-electricity,  58 
Thomson’s  reflecting  galvanometer  lu- 
quadrant  electrometer,  16 
Tic  douloureux,  393 
Tinea,  434 
Tinnitus  aurium,  492 
Torticollis,  423 
Trigeminal  neuralgia,  393 
Tumors,  benign,  555 
cystic,  560 
erectile,  555 
fatty,  561 
fibroid,  459,  561 
malignant,  555 
ovarian,  460 

Tunnelled  catheter  electrode,  573 
Typho-malarial  fever,  514 

Ulcers,  577 

Unipolar  rectal  electrode,  440 
Unpolarizable  electrode,  295 
Ununited  fracture,  580 
Urethral  stricture,  572 
Urethritis,  473 

Uterine  appendages,  diseases  ot.  abv 
canal,  stenosis  of,  463 
electrode,  447 
hyperplasia,  462 

Uterus,  action  of  electricity  on,  I42 
atrophy  of,  463 
displacements  of,  463 
subinvolution  of,  463 
treatment  by  faradic  current,  44^ 
by  galvanic  current,  451 
by  sinusoidal  current,  448 
of  diseases  of,  447 
Varicose  veins,  568 
Vibratory  therapeutics,  655 
Vitreous  humor,  opacities  of,  486 
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Volt  controller  for  incandescent 
286 

definition  of,  6i 
Voltaic  batteries,  2g 
cells,  22 
electricity,  19 
Volta’s  researches,  41 
Vomiting,  441 

Walker’s  zinc-carbon  battery,  93 
Warts,  581 
Water  rheostat,  286 
Wheel  electrode,  293 
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current,  Wimshurst’s  Influence  machine, 
Wine  marks,  555 
Women,  diseases  of,  445 
Writer’s  cramp,  422 
prognosis,  423 
treatment,  423 
Wry-neck,  423 
diagnosis,  423 
treatment  of,  424 
X ray  in  diagnosis,  608 
therapeutics,  617 
Zinc,  carbon  battery.  Walker’s, 
how  to  amalgamate,  25 
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